
80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:18:2302/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:50

08:57

Sumter County SO

GUINANE,JOHN

10/05/2021

181632

Sumter County SO

ISHALL,JALEN,L

GRAVES

01/27/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:11

0.000Air Blank 10:11

0.079Control Test 10:11

0.000Air Blank 10:12

# 1 0.072Subject Sample 10:12

1.417Breath Volume 10:12

0.000Air Blank 10:13

0.000Air Blank 10:15

# 2 0.069Subject Sample 10:16

1.453Breath Volume 10:16

0.000Air Blank 10:17

0.079Control Test 10:17

0.000Air Blank 10:18

OKDiagnostics Check 10:18

Data Download Date/Time: 02/17/2021 11:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:5102/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:19

15:33

Sumter County SO

GUINANE,JOHN

10/05/2021

181632

Sumter County SO

SMITH,WYATT,M

DEBOLD

02/17/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:40

0.000Air Blank 16:40

0.081Control Test 16:40

0.000Air Blank 16:41

# 1 0.000Subject Sample 16:42

1.304Breath Volume 16:42

0.000Air Blank 16:43

0.000Air Blank 16:45

# 2 0.000Subject Sample 16:45

1.316Breath Volume 16:45

0.000Air Blank 16:45

0.080Control Test 16:46

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 03/31/2021 05:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:3002/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:07

Sumter County SO

MATA,R

10/05/2021

181632

Sumter County SO

HOLLIS,TERENCE,L

COWINS

02/17/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.081Control Test 21:03

0.000Air Blank 21:03

# 1Subject Sample 21:04 Subject Test Refused

0.000Breath Volume 21:04

0.000Air Blank 21:04

0.081Control Test 21:04

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 03/31/2021 05:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:5902/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

16:36

Sumter County SO

REDWAN,A

10/05/2021

181632

FHP Troop C

HOLLIS,TERENCE,L

HILL

02/17/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:32

# 1 0.279Subject Sample 18:33

1.289Breath Volume 18:33

0.000Air Blank 18:33

0.000Air Blank 18:35

# 2 0.272Subject Sample 18:36

1.308Breath Volume 18:36

0.000Air Blank 18:37

0.079Control Test 18:37

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 03/31/2021 05:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:5302/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

20:11

Sumter County SO

HARM,C

10/05/2021

181632

Sumter County SO

HOLLIS,TERENCE,L

YACUZZO

02/17/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.081Control Test 20:58

0.000Air Blank 20:58

# 1 0.145Subject Sample 20:59

3.078Breath Volume 20:59

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.146Subject Sample 21:02

3.140Breath Volume 21:02

0.000Air Blank 21:02

0.079Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 03/31/2021 05:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4802/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:13

Sumter County SO

LETSON,R

10/05/2021

181632

Sumter County SO

HOLLIS,TERENCE,L

JAUDON

02/17/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

# 1Subject Sample 00:54 No Sample Provided

0.000Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2Subject Sample 01:00 No Sample Provided

0.000Breath Volume 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 03/31/2021 05:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:3402/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:26

FHP Troop B

ALEXANDER,DENZEL

11/05/2022

24620080A2

FHP Troop B

ALEXANDER,DENZEL,A

STARLING

02/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

# 1 0.120Subject Sample 03:55

1.886Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.112Subject Sample 03:59

1.582Breath Volume 03:59

0.000Air Blank 04:00

0.081Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 03/17/2021 14:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:5702/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:52

18:59

FHP Troop B

ALVAREZ,ROBERTO

11/05/2022

24620080A2

FHP Troop B

ALVAREZ,ROBERTO,A

SHEPPARD

02/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.083Control Test 20:25

0.000Air Blank 20:26

# 1Subject Sample 20:26 Subject Test Refused

0.000Breath Volume 20:26

0.000Air Blank 20:27

0.080Control Test 20:27

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 03/17/2021 14:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:2402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:45

Alachua County SO

NODARSE,MAYULY

11/05/2022

24620080A2

High Springs PD

LITZKOW,CLAYTON,P

PETERSON

02/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.081Control Test 22:52

0.000Air Blank 22:52

# 1 0.153Subject Sample 22:53

1.320Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.144Subject Sample 22:59 Volume Not Met

0.238Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:01

# 3 0.145Subject Sample 23:02

1.777Breath Volume 23:02

0.000Air Blank 23:03

0.077Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 03/17/2021 14:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:26:2902/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:48

10:19

Alachua County SO

FRICKER,JEFFREY

11/05/2022

24620080A2

Alachua County SO

FRICKER,JEFFREY,S

PENNY

02/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:17

0.000Air Blank 11:17

0.078Control Test 11:18

0.000Air Blank 11:18

# 1 0.339Subject Sample 11:19

1.433Breath Volume 11:19

0.000Air Blank 11:19

0.000Air Blank 11:21

# 2 0.314Subject Sample 11:21

2.171Breath Volume 11:21

0.000Air Blank 11:22

0.000Air Blank 11:24

# 3 0.311Subject Sample 11:24

2.238Breath Volume 11:24

0.000Air Blank 11:25

0.079Control Test 11:25

0.000Air Blank 11:26

OKDiagnostics Check 11:26

Data Download Date/Time: 03/17/2021 14:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:0302/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:38

Alachua County SO

LITZKOW,CARLTON

11/05/2022

24620080A2

Alachua County SO

LITZKOW,CARLTON,D

GUY

02/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:36

# 1Subject Sample 21:40 No Sample Provided

0.000Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2Subject Sample 21:45 No Sample Provided

0.000Breath Volume 21:45

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:47

Data Download Date/Time: 03/17/2021 14:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:3502/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:08

FHP Troop B

RAILEY,BRITT

11/05/2022

24620080A2

Alachua PD

ALVAREZ,ROBERTO,A

QUINN

02/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:14

# 1Subject Sample 00:14 Subject Test Refused

0.000Breath Volume 00:14

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 03/17/2021 14:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:1502/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:14

FHP Troop B

ALEXANDER,DENZEL

11/05/2022

24620080A2

FHP Troop B

CABRAL,JONATHAN,M

HAMILTON

02/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:14

0.000Air Blank 20:15

0.079Control Test 20:15

0.000Air Blank 20:16

# 1Subject Sample 20:19 No Sample Provided

0.000Breath Volume 20:19

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2Subject Sample 20:24 No Sample Provided

0.000Breath Volume 20:24

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 03/17/2021 14:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:2002/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

20:09

Okaloosa County SO

NEWCOMB,WILLIAM

07/15/2023

1349789

Crestview PD

SMALL,BRANNON,A

WILEY

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.080Control Test 20:44

0.000Air Blank 20:44

# 1Subject Sample 20:47 No Sample Provided

0.000Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2Subject Sample 20:50 Subject Test Refused

0.000Breath Volume 20:50

0.000Air Blank 20:51

0.081Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 02/25/2021 12:48

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:5102/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:28

Okaloosa County SO

HAMILTON,RAY

07/15/2023

1349789

Okaloosa County SO

HAMILTON,RAY,C

CLEMONS

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.081Control Test 01:35

0.000Air Blank 01:35

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:37

0.081Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 02/25/2021 12:48

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:1902/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:13

Okaloosa County SO

HUDSON,NICHOLAS

07/15/2023

1349789

Okaloosa County SO

HAMILTON,JOSHUA,A

FRENCH

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.081Control Test 04:56

0.000Air Blank 04:57

# 1 0.000Subject Sample 04:58

1.847Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.000Subject Sample 05:00

1.855Breath Volume 05:00

0.000Air Blank 05:01

0.081Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5302/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:21

Okaloosa County SO

DUS,CHRISTINA

07/15/2023

1349789

Okaloosa County SO

DUS,CHRISTINA,J

BROWN

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:04

# 1 0.086Subject Sample 03:05

2.347Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.087Subject Sample 03:08

2.597Breath Volume 03:08

0.000Air Blank 03:08

0.082Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:48:3902/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:25

13:45

Okaloosa County SO

DOWDY,JEREMIAH

07/15/2023

1349789

Okaloosa County SO

COLONNA,TYLER,S

MYERS

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:45

0.000Air Blank 14:46

0.080Control Test 14:46

0.000Air Blank 14:47

# 1Subject Sample 14:47 Subject Test Refused

0.000Breath Volume 14:47

0.000Air Blank 14:47

0.080Control Test 14:48

0.000Air Blank 14:48

OKDiagnostics Check 14:48

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:1202/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:02

15:22

Okaloosa County SO

FULFORD,MYLON

07/15/2023

1349789

FHP Troop A

BOWEN,NATHANIEL,L

DOUGHERTY

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:23

0.080Control Test 19:24

0.000Air Blank 19:24

# 1 0.154Subject Sample 19:25

3.859Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:27

# 2 0.155Subject Sample 19:28

3.503Breath Volume 19:28

0.000Air Blank 19:29

0.079Control Test 19:29

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:3102/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:19

FHP Troop A

SAMPSON,DAVID

07/15/2023

1349789

FHP Troop A

SAMPSON,DAVID,A

ADKISON

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.081Control Test 01:55

0.000Air Blank 01:56

# 1 0.079Subject Sample 01:56

2.183Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.079Subject Sample 01:59

2.179Breath Volume 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:2702/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:04

Okaloosa County SO

SMALL,BRANNON

07/15/2023

1349789

Okaloosa County SO

SMALL,BRANNON,A

WALP

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.081Control Test 04:32

0.000Air Blank 04:33

# 1 0.133Subject Sample 04:36 Volume Not Met

0.738Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.155Subject Sample 04:40

1.542Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 3 0.157Subject Sample 04:44

1.910Breath Volume 04:44

0.000Air Blank 04:45

0.075Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3302/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

12:15

Okaloosa County SO

DUS,CHRISTINA

07/15/2023

1349789

Okaloosa County SO

DUS,CHRISTINA,J

WILLIAMS

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.081Control Test 01:28

0.000Air Blank 01:29

# 1Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3602/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:24

Okaloosa County SO

LANGER,MATT

07/15/2023

1349789

Okaloosa County SO

HAMILTON,JOSHUA,A

SCOGGINS

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.082Control Test 01:49

0.000Air Blank 01:50

# 1 0.000Subject Sample 01:50

2.511Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.000Subject Sample 01:53

2.363Breath Volume 01:53

0.000Air Blank 01:53

0.083Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:4102/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

21:39

Okaloosa County SO

FEENEY,ERIC

07/15/2023

1349789

Okaloosa County SO

FEENEY,ERIC,K

JOHNSON

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.082Control Test 23:43

0.000Air Blank 23:44

# 1Subject Sample 23:44 Subject Test Refused

0.000Breath Volume 23:44

0.000Air Blank 23:44

0.082Control Test 23:45

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 02/25/2021 12:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:5402/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:37

Okaloosa County SO

DUS,CHRISTINA

07/15/2023

1349789

Okaloosa County SO

DUS,CHRISTINA,J

MORRIS

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

# 1 0.081Subject Sample 23:12

2.281Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:14

# 2 0.078Subject Sample 23:15

1.691Breath Volume 23:15

0.000Air Blank 23:15

0.080Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 02/25/2021 12:50

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:5202/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:00

Okaloosa County SO

DUS,CHRISTINA

07/15/2023

1349789

Okaloosa County SO

DUS,CHRISTINA,J

WILLSEY

01/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

# 1 0.000Subject Sample 02:39

3.894Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.000Subject Sample 02:42

3.378Breath Volume 02:42

0.000Air Blank 02:42

0.081Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 02/25/2021 12:50

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:2702/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:35

Okaloosa County SO

DUS,CHRISTINA

07/15/2023

1349789

Okaloosa County SO

DUS,CHRISTINA,J

JENNINGS

02/25/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

# 1 0.118Subject Sample 03:21

2.109Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.124Subject Sample 03:24

1.847Breath Volume 03:24

0.000Air Blank 03:25

0.078Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 03/10/2021 11:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:4502/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

05:00

Okaloosa County SO

DUS,CHRISTINA

07/15/2023

1349789

Okaloosa County SO

DUS,CHRISTINA,J

BISARD

02/25/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.080Control Test 05:48

0.000Air Blank 05:49

# 1 0.137Subject Sample 05:50

2.335Breath Volume 05:50

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2Subject Sample 05:54 Subject Test Refused

0.000Breath Volume 05:54

0.000Air Blank 05:54

0.079Control Test 05:55

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 03/10/2021 11:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:30

Niceville PD

TRAN,DAVID

09/20/2022

1206004

Niceville PD

TRAN,DAVID,V

SPARGO

02/23/2021

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.078Control Test 22:41

0.000Air Blank 22:42

# 1 0.230Subject Sample 22:44

3.941Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.221Subject Sample 22:47

4.437Breath Volume 22:47

0.000Air Blank 22:47

0.078Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 03/23/2021 08:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:2302/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

20:13

Escambia County SO

BARNETT,JAMES

03/27/2022

1114319

Escambia County SO

BARNETT,JAMES,C

VIRGIN

01/11/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.083Control Test 20:47

0.000Air Blank 20:47

# 1 0.049Subject Sample 20:48

1.347Breath Volume 20:48

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2 0.050Subject Sample 20:51

1.750Breath Volume 20:51

0.000Air Blank 20:52

0.083Control Test 20:52

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 02/04/2021 16:41

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:45

FHP Troop A

MESTEK,JOHN

03/27/2022

1114319

FHP Troop A

MESTEK,JOHN,A

FRANKLIN

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

# 1 0.180Subject Sample 01:45

1.671Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.168Subject Sample 01:48

2.082Breath Volume 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:1302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:15

FHP Troop A

LYNCH,CHAD

03/27/2022

1114319

FHP Troop A

MILLS,CHAD,J

MILLS

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

# 1 0.138Subject Sample 02:15

2.304Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.146Subject Sample 02:18

2.210Breath Volume 02:18

0.000Air Blank 02:19

0.081Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:02:5902/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:31

14:15

Escambia County SO

HARRIS,KENNETH

03/27/2022

1114319

Escambia County SO

GRAVES,TIMOTHY,F

ECHELE

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:56

0.000Air Blank 14:57

0.080Control Test 14:57

0.000Air Blank 14:57

# 1 0.276Subject Sample 14:58

1.660Breath Volume 14:58

0.000Air Blank 14:59

0.000Air Blank 15:00

# 2 0.286Subject Sample 15:01

1.902Breath Volume 15:01

0.000Air Blank 15:02

0.080Control Test 15:02

0.000Air Blank 15:02

OKDiagnostics Check 15:02

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:1802/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:13

FHP Troop A

VALENTINE,RONALD

03/27/2022

1114319

FHP Troop A

VALENTINE,RONALD,C

MOULTRIE

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.082Control Test 02:15

0.000Air Blank 02:15

# 1Subject Sample 02:15 Subject Test Refused

0.000Breath Volume 02:15

0.000Air Blank 02:16

0.083Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:14:5002/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

15:30

FHP Troop A

MANNING,CARL

03/27/2022

1114319

FHP Troop A

MANNING,CARL,T

RICHARDSON

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:08

0.000Air Blank 16:08

0.082Control Test 16:09

0.000Air Blank 16:09

# 1 0.159Subject Sample 16:10

3.539Breath Volume 16:10

0.000Air Blank 16:11

0.000Air Blank 16:12

# 2 0.147Subject Sample 16:13

1.792Breath Volume 16:13

0.000Air Blank 16:13

0.079Control Test 16:14

0.000Air Blank 16:14

OKDiagnostics Check 16:14

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:1602/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:45

FHP Troop A

ROGERS,REGINALD

03/27/2022

1114319

FHP Troop A

ROGERS,REGINALD,

SPENCE

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

# 1Subject Sample 17:27 RFI Detect

0.000Breath Volume 17:27

0.000Air Blank 17:28

0.080Control Test 17:28

Air Blank 17:28 RFI Detect

0.000Air Blank 17:29

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:4402/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:45

FHP Troop A

ROGERS,REGINALD

03/27/2022

1114319

FHP Troop A

ROGERS,REGINALD,

SPENCE

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:32

0.080Control Test 17:32

0.000Air Blank 17:32

# 1 0.180Subject Sample 17:33

3.640Breath Volume 17:33

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.176Subject Sample 17:36

3.351Breath Volume 17:36

0.000Air Blank 17:36

0.078Control Test 17:37

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:5402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:12

17:46

FHP Troop A

REGALADO,JORGE

03/27/2022

1114319

FHP Troop A

REGALADO,JORGE,I

DAVISON

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:33

0.082Control Test 18:33

0.000Air Blank 18:34

# 1 0.000Subject Sample 18:35

2.144Breath Volume 18:35

0.000Air Blank 18:35

0.000Air Blank 18:37

# 2 0.000Subject Sample 18:38

1.773Breath Volume 18:38

0.000Air Blank 18:39

0.082Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:4402/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:02

18:32

Escambia County SO

RHODEN,D

03/27/2022

1114319

FHP Troop A

GRAVES,T,F

GREEN

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.081Control Test 19:27

0.000Air Blank 19:28

# 1 0.168Subject Sample 19:29

1.640Breath Volume 19:29

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.161Subject Sample 19:32

2.062Breath Volume 19:32

0.000Air Blank 19:32

0.079Control Test 19:33

0.000Air Blank 19:33

OKDiagnostics Check 19:33

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:3502/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

19:54

FHP Troop A

SAMPSON,DAVID

03/27/2022

1114319

FHP Troop A

SAMPSON,DAVID,A

SIMPSON

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.081Control Test 21:07

0.000Air Blank 21:08

# 1 0.138Subject Sample 21:09

1.253Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:11

# 2 0.132Subject Sample 21:15

1.902Breath Volume 21:15

0.000Air Blank 21:15

0.080Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:2202/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:47

FHP Troop A

MARCUM,JOSEPH

03/27/2022

1114319

FHP Troop A

MARCUM,JOSEPH,K

RIOS

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:26

# 1 0.249Subject Sample 22:26

2.394Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.228Subject Sample 22:29

2.488Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 3 0.248Subject Sample 22:32

2.390Breath Volume 22:32

0.000Air Blank 22:33

0.077Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:4602/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:36

FHP Troop A

DURHAM,JAMES

03/27/2022

1114319

FHP Troop A

DURHAM,JAMES,S

LOWELL

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.082Control Test 00:27

0.000Air Blank 00:28

# 1 0.000Subject Sample 00:29

1.144Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.000Subject Sample 00:32

1.304Breath Volume 00:32

0.000Air Blank 00:32

0.081Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 03/15/2021 18:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5902/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:24

Pensacola PD

GLASS,DREW

06/20/2022

1160200

Pensacola PD

MCMAHON,KENNETH,J

VESELIN

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:08

# 1 0.194Subject Sample 04:08

2.085Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.211Subject Sample 04:11

3.066Breath Volume 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:3102/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

21:07

Pensacola PD

BROWN,BRENDAN

06/20/2022

1160200

Pensacola PD

BROWN,BRENDAN,D

SHARIT

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.081Control Test 21:44

0.000Air Blank 21:44

# 1 0.208Subject Sample 21:45

2.304Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.206Subject Sample 21:48

2.980Breath Volume 21:48

0.000Air Blank 21:49

0.081Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1502/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:19

Pensacola PD

MUNDT,JADA

06/20/2022

1160200

Pensacola PD

MCMAHON,KENNETH,J

BREWER

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

# 1 0.129Subject Sample 03:47

1.359Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.128Subject Sample 03:50

1.628Breath Volume 03:50

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:3802/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:32

Pensacola PD

TOMASEGOVICH,KODY

06/20/2022

1160200

Pensacola PD

MCMAHON,KENNETH,J

DAVIS

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.081Control Test 00:05

0.000Air Blank 00:06

# 1 0.168Subject Sample 00:07

3.496Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.156Subject Sample 00:10

1.308Breath Volume 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1102/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:57

Pensacola PD

BROWN,BRENDN

06/20/2022

1160200

Pensacola PD

BROWN,BRENDAN,D

BLAKE

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.081Control Test 03:22

0.000Air Blank 03:22

# 1 0.219Subject Sample 03:23

2.062Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:25

# 2 0.233Subject Sample 03:27

2.156Breath Volume 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0202/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:49

Pensacola PD

MCMAHON,KENNETH

06/20/2022

1160200

Pensacola PD

MCMAHON,KENNETH,J

GAMBLE

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

# 1 0.108Subject Sample 03:38

1.519Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.113Subject Sample 03:41

2.175Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:43

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:4402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

20:36

Pensacola PD

BAUTISTA,JAQUELYN

06/20/2022

1160200

Pensacola PD

BROWN,BRENDAN,D

ANDERSON

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.081Control Test 21:08

0.000Air Blank 21:09

# 1 0.178Subject Sample 21:10

3.148Breath Volume 21:10

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2 0.175Subject Sample 21:13

3.308Breath Volume 21:13

0.000Air Blank 21:13

0.081Control Test 21:14

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3102/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:07

Pensacola PD

PINO,RICHARD

06/20/2022

1160200

Pensacola PD

BROWN,BRENDN,D

REID

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.082Control Test 01:48

0.000Air Blank 01:48

# 1 0.000Subject Sample 01:49

3.136Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.000Subject Sample 01:53

2.746Breath Volume 01:53

0.000Air Blank 01:53

0.082Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:2802/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:23

Pensacola PD

MARTINEZ,HENDRICK

06/20/2022

1160200

Pensacola PD

MARTINEZ,HENDRICK,J

MCALPIN

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.082Control Test 20:59

0.000Air Blank 21:00

# 1Subject Sample 21:03 No Sample Provided

0.000Breath Volume 21:03

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2Subject Sample 21:09 No Sample Provided

0.000Breath Volume 21:09

0.000Air Blank 21:09

0.082Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:5002/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:40

Pensacola PD

LEACH,ZACHARY

06/20/2022

1160200

Pensacola PD

LEACH,ZACHARY,M

ROBINSON

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.083Control Test 03:01

0.000Air Blank 03:02

# 1 0.136Subject Sample 03:02

3.730Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:04

# 2 0.129Subject Sample 03:05

1.687Breath Volume 03:05

0.000Air Blank 03:05

0.081Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:20

Pensacola PD

WILLIAMS,BRANDON

06/20/2022

1160200

Pensacola PD

WILLIAMS,BRANDON,W

EDEN

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.083Control Test 02:56

0.000Air Blank 02:57

# 1 0.144Subject Sample 02:58

2.503Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.140Subject Sample 03:01

4.035Breath Volume 03:01

0.000Air Blank 03:01

0.082Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:3202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:55

Pensacola PD

HUDSON,JOSHUA

06/20/2022

1160200

Pensacola PD

HUDSON,JOSHUA,K

CARLAN

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.082Control Test 03:45

0.000Air Blank 03:45

# 1 0.189Subject Sample 03:47

3.179Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.176Subject Sample 03:49

2.429Breath Volume 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:4802/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

19:07

Pensacola PD

MARTINEZ,HENDRICK

06/20/2022

1160200

Pensacola PD

MARTINEZ,HENDRICK,J

HARRISON

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:38

0.000Air Blank 19:38

0.082Control Test 19:39

0.000Air Blank 19:39

# 1 0.142Subject Sample 19:40

3.027Breath Volume 19:40

0.000Air Blank 19:40

0.000Air Blank 19:42

# 2 0.141Subject Sample 19:43

3.210Breath Volume 19:43

0.000Air Blank 19:43

0.082Control Test 19:44

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:0502/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

20:02

Pensacola PD

BROWN,BRENDAN

06/20/2022

1160200

Pensacola PD

BROWN,BRENDAN,D

DAVIS

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.082Control Test 20:32

0.000Air Blank 20:32

# 1 0.088Subject Sample 20:33

3.699Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:35

# 2 0.084Subject Sample 20:36

4.195Breath Volume 20:36

0.000Air Blank 20:37

0.082Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:2002/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:46

Pensacola PD

PINO,RICHARD

06/20/2022

1160200

Pensacola PD

BROWN,BRENDAN,D

FANTROY

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.082Control Test 00:46

0.000Air Blank 00:47

# 1 0.000Subject Sample 00:47

2.921Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.000Subject Sample 00:50

1.730Breath Volume 00:50

0.000Air Blank 00:51

0.082Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:2502/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

18:23

Pensacola PD

LEACH,ZACHARY

06/20/2022

1160200

Pensacola PD

LEACH,ZACHARY,M

GILMORE

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.081Control Test 18:35

0.000Air Blank 18:36

# 1 0.000Subject Sample 18:37

3.183Breath Volume 18:37

0.000Air Blank 18:37

0.000Air Blank 18:39

# 2 0.000Subject Sample 18:40

3.488Breath Volume 18:40

0.000Air Blank 18:40

0.081Control Test 18:40

0.000Air Blank 18:41

OKDiagnostics Check 18:41

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:5602/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

03:03

Pensacola PD

WILLIAMS,BRANDON

06/20/2022

1160200

Pensacola PD

BERTHIAUME,WAYNE,A

LEVERETTE

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.081Control Test 03:32

0.000Air Blank 03:32

# 1 0.184Subject Sample 03:33

3.191Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.185Subject Sample 03:36

3.570Breath Volume 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1602/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:34

Pensacola PD

GLASS,DREW

06/20/2022

1160200

Pensacola PD

BROWN,BRENDAN,D

NELSON

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.081Control Test 01:07

0.000Air Blank 01:07

# 1 0.270Subject Sample 01:09

1.433Breath Volume 01:09

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2Subject Sample 01:11 RFI Detect

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4802/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:34

Pensacola PD

GLASS,DREW

06/20/2022

1160200

Pensacola PD

BROWN,BRENDAN,D

NELSON

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

# 1 0.273Subject Sample 01:17

1.738Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.257Subject Sample 01:21

2.000Breath Volume 01:21

0.000Air Blank 01:21

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 03/26/2021 10:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0702/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:51

Pensacola PD

GLASS,DREW

06/20/2022

1160200

Pensacola PD

BROWN,BRENDAN,D

JENKINS

02/04/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

# 1Subject Sample 03:27 No Sample Provided

0.000Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2Subject Sample 03:33 No Sample Provided

0.000Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 03/26/2021 10:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:2302/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:24

16:43

FHP Troop A

MERRITT,JACOB

01/15/2022

1076482

Jackson County SO

OPRY,WILLIAM,J

CAMPBELL

01/22/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:47

0.000Air Blank 17:47

0.081Control Test 17:48

0.000Air Blank 17:48

# 1 0.213Subject Sample 17:49

1.785Breath Volume 17:49

0.000Air Blank 17:49

0.000Air Blank 17:51

# 2 0.218Subject Sample 17:51

1.355Breath Volume 17:51

0.000Air Blank 17:52

0.081Control Test 17:52

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 02/12/2021 11:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:22:5202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:05

FHP Troop A

GOLDEN,ANTHONY

01/15/2022

1076482

FHP Troop A

GOLDEN,ANTHONY,E

MYERS

01/22/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:16

0.000Air Blank 08:17

0.082Control Test 08:17

0.000Air Blank 08:18

# 1 0.000Subject Sample 08:18

3.281Breath Volume 08:18

0.000Air Blank 08:18

0.000Air Blank 08:20

# 2 0.000Subject Sample 08:21

3.351Breath Volume 08:21

0.000Air Blank 08:21

0.082Control Test 08:22

0.000Air Blank 08:22

OKDiagnostics Check 08:22

Data Download Date/Time: 02/12/2021 11:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:54:3102/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:15

13:10

FHP Troop A

OPRY,WILLIAM

01/15/2022

1076482

FHP Troop A

OPRY,WILLIAM,J

BROWN

02/12/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:46

0.000Air Blank 13:47

0.081Control Test 13:47

0.000Air Blank 13:47

# 1Subject Sample 13:51 No Sample Provided

0.000Breath Volume 13:51

0.000Air Blank 13:51

Air Blank 13:53 RFI Detect

0.000Air Blank 13:53

0.082Control Test 13:53

0.000Air Blank 13:54

OKDiagnostics Check 13:54

Data Download Date/Time: 03/08/2021 15:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:01:0302/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:15

13:10

FHP Troop A

OPRY,WILLIAM

01/15/2022

1076482

FHP Troop A

OPRY,WILLIAM,J

BROWN

02/12/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:58

0.000Air Blank 13:58

0.081Control Test 13:58

0.000Air Blank 13:59

# 1Subject Sample 13:59 Subject Test Refused

0.000Breath Volume 13:59

0.000Air Blank 14:00

0.081Control Test 14:00

0.000Air Blank 14:00

OKDiagnostics Check 14:01

Data Download Date/Time: 03/08/2021 15:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:06:2802/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:32

07:07

Jackson County SO

MERRITT,JACOB

01/15/2022

1076482

Jackson County SO

CRISP,JESSICA,M

FRENCH

02/12/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:00

0.000Air Blank 09:00

0.082Control Test 09:01

0.000Air Blank 09:01

# 1 0.000Subject Sample 09:02

3.601Breath Volume 09:02

0.000Air Blank 09:02

0.000Air Blank 09:04

# 2 0.000Subject Sample 09:05

3.878Breath Volume 09:05

0.000Air Blank 09:05

0.081Control Test 09:05

0.000Air Blank 09:06

OKDiagnostics Check 09:06

Data Download Date/Time: 03/08/2021 15:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1302/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:52

FHP Troop A

MCCORMICK,ARIEL

01/15/2022

1076482

Marianna PD

OPRY,JEFFREY,L

BAKER

02/12/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.082Control Test 03:37

0.000Air Blank 03:38

# 1 0.093Subject Sample 03:38

1.296Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.098Subject Sample 03:41

1.519Breath Volume 03:41

0.000Air Blank 03:42

0.081Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 03/08/2021 15:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:1502/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

09:18

FHP Troop A

LEWIS,WILLIAM

01/15/2022

1076482

FHP Troop A

LEWIS,WILLIAM,J

SORRELL

02/12/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.081Control Test 22:12

0.000Air Blank 22:13

# 1 0.125Subject Sample 22:13

1.183Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.118Subject Sample 22:16

1.617Breath Volume 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 03/08/2021 15:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:1002/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:31

16:08

Jackson County SO

HADDOCK,MAVERICK

01/15/2022

1076482

Jackson County SO

CRISP,JESSICA,M

LARSON

02/12/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:51

0.000Air Blank 16:52

0.082Control Test 16:52

0.000Air Blank 16:52

# 1Subject Sample 16:55 Subject Test Refused

0.000Breath Volume 16:55

0.000Air Blank 16:56

0.082Control Test 16:56

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 03/08/2021 15:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:2602/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:28

Alachua County SO

FRICKER,JEFFREY

12/05/2021

28719080A1

Alachua County SO

FRICKER,JEFFREY,S

CARPENTER

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:19

0.000Air Blank 17:20

0.079Control Test 17:20

0.000Air Blank 17:21

# 1Subject Sample 17:24 No Sample Provided

0.000Breath Volume 17:24

0.000Air Blank 17:24

0.000Air Blank 17:26

# 2Subject Sample 17:27 Subject Test Refused

0.000Breath Volume 17:27

0.000Air Blank 17:27

0.081Control Test 17:27

0.000Air Blank 17:28

OKDiagnostics Check 17:28

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2402/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:11

FHP Troop B

WILSON,JOSHUA

12/05/2021

28719080A1

FHP Troop B

WILSON,JOSHUA,B

TARACENA

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

# 1 0.000Subject Sample 00:19

2.015Breath Volume 00:19

Air Blank 00:19 Improper Sample

0.000Air Blank 00:20

0.081Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:0602/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:11

FHP Troop B

WILSON,JOSHUA

12/05/2021

28719080A1

FHP Troop B

WILSON,JOSHUA,B

TARACENA

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.078Control Test 00:24

0.000Air Blank 00:25

# 1 0.000Subject Sample 00:25

1.753Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.000Subject Sample 00:28

1.144Breath Volume 00:28

0.000Air Blank 00:29

0.081Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:1202/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:36

Gainesville PD

DOUALEHI,AHIPO

12/05/2021

28719080A1

Gainesville PD

MARTINEZ,CHRISTOPHER,

GAINEY

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.080Control Test 04:53

0.000Air Blank 04:53

# 1Subject Sample 04:54 Subject Test Refused

0.000Breath Volume 04:54

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:4602/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:11

FHP Troop B

ALVAREZ,ROBERTO

12/05/2021

28719080A1

FHP Troop B

ALVAREZ,ROBERTO,A

OPONDO

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:19

# 1 0.213Subject Sample 01:20

1.351Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.229Subject Sample 01:23

1.828Breath Volume 01:23

0.000Air Blank 01:23

0.077Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:3902/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:24

FHP Troop B

NODARSE,MAYULY

12/05/2021

28719080A1

High Springs PD

ALVAREZ,ROBERTO,A

BURNS

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

# 1Subject Sample 01:52 Subject Test Refused

0.000Breath Volume 01:52

0.000Air Blank 01:52

0.079Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5702/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:41

FHP Troop B

MURPHY,JAVON

12/05/2021

28719080A1

FHP Troop B

MURPHY,JAVON,D

GONZALEZ

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.079Control Test 00:55

0.000Air Blank 00:55

# 1 0.117Subject Sample 00:56

1.363Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.123Subject Sample 00:59

1.320Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:1202/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

16:27

FHP Troop B

FLORY,JOEL

12/05/2021

28719080A1

FHP Troop B

WILSON,JOSHUA,B

RAMOS

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:30

0.079Control Test 21:30

0.000Air Blank 21:31

# 1 0.117Subject Sample 21:31

3.789Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.115Subject Sample 21:34

3.578Breath Volume 21:34

0.000Air Blank 21:35

0.079Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:0302/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:33

Alachua County SO

PURINGTON,PATRICK

12/05/2021

28719080A1

Alachua County SO

PURINGTON,PATRICK,A

LOUISSAINT

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:28

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:29

# 1Subject Sample 05:33 No Sample Provided

0.000Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2Subject Sample 05:38 No Sample Provided

0.000Breath Volume 05:38

0.000Air Blank 05:39

0.080Control Test 05:39

0.000Air Blank 05:39

OKDiagnostics Check 05:40

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:34:4802/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

17:08

Alachua County SO

DILLON,JUSTIN

12/05/2021

28719080A1

Alachua County SO

DILLON,JUSTIN,P

RICHARDSON

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:28

0.078Control Test 18:28

0.000Air Blank 18:29

# 1 0.288Subject Sample 18:30

2.214Breath Volume 18:30

0.000Air Blank 18:31

0.000Air Blank 18:32

# 2Subject Sample 18:33 Slope Not Met

0.988Breath Volume 18:33

0.000Air Blank 18:33

0.078Control Test 18:34

0.000Air Blank 18:34

OKDiagnostics Check 18:34

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:1802/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

17:08

Alachua County SO

DILLON,JUSTIN

12/05/2021

28719080A1

Alachua County SO

DILLON,JUSTIN,P

RICHARDSON

01/20/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:58

0.079Control Test 18:58

0.000Air Blank 18:59

# 1 0.282Subject Sample 18:59

2.464Breath Volume 18:59

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.274Subject Sample 19:02

2.054Breath Volume 19:02

0.000Air Blank 19:03

0.079Control Test 19:03

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 02/18/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:4302/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:25

Okaloosa County SO

ARRINGTON,IAN

07/15/2023

1349789

Okaloosa County SO

ARRINGTON,IAN,M

PERRY

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:38

0.000Air Blank 05:38

0.080Control Test 05:39

0.000Air Blank 05:39

# 1 0.170Subject Sample 05:40

2.183Breath Volume 05:40

0.000Air Blank 05:40

0.000Air Blank 05:42

# 2 0.177Subject Sample 05:43

2.722Breath Volume 05:43

0.000Air Blank 05:43

0.080Control Test 05:44

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 03/08/2021 13:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:2402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:27

14:54

Okaloosa County SO

WARF,KYLE

07/15/2023

989917

Okaloosa County SO

WILLIAMS,LANCE,L

MCCROAN

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:47

0.000Air Blank 15:48

0.082Control Test 15:48

0.000Air Blank 15:49

# 1 0.000Subject Sample 15:49

1.480Breath Volume 15:49

0.000Air Blank 15:50

0.000Air Blank 15:52

# 2 0.000Subject Sample 15:53

1.582Breath Volume 15:53

0.000Air Blank 15:53

0.080Control Test 15:53

0.000Air Blank 15:54

OKDiagnostics Check 15:54

Data Download Date/Time: 03/08/2021 13:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5302/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

12:10

Okaloosa County SO

SAMPSON,DAVID

07/25/2021

1349789

FHP Troop A

ARRINGTON,IAN,M

CLEM

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.082Control Test 01:41

0.000Air Blank 01:42

# 1 0.024Subject Sample 01:43

4.617Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.022Subject Sample 01:46

4.984Breath Volume 01:46

0.000Air Blank 01:46

0.081Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 03/08/2021 13:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0202/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:29

Okaloosa County SO

LIEB,JAY

07/25/2021

989917

Okaloosa County SO

BRISTOL,JARRET,W

ROCKWELL

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.081Control Test 03:36

0.000Air Blank 03:36

# 1 0.162Subject Sample 03:37

1.421Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:39

# 2 0.163Subject Sample 03:40

5.054Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:42

Data Download Date/Time: 03/08/2021 13:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5802/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:09

Okaloosa County SO

WATTS,MICHAEL

07/15/2023

1349789

Okaloosa County SO

WATTS,MICHAEL,T

VALENCIA

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:19

# 1 0.183Subject Sample 01:20

2.484Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.181Subject Sample 01:23

2.367Breath Volume 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 03/08/2021 13:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2802/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:24

Okaloosa County SO

BRISTOL,JARRET

07/25/2021

989917

Okaloosa County SO

BRISTOL,JARRET,W

CAPELLAN PAREDES

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.081Control Test 02:24

0.000Air Blank 02:24

# 1Subject Sample 02:26 Subject Test Refused

0.000Breath Volume 02:26

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 03/08/2021 13:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:45

Okaloosa County SO

STINSON,ERIC

07/25/2021

989917

Okaloosa County SO

STINSON,ERIC,S

RUTHERFORD

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.081Control Test 00:47

0.000Air Blank 00:47

# 1Subject Sample 00:48 Subject Test Refused

0.000Breath Volume 00:48

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 03/08/2021 13:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:5602/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:06

Okaloosa County SO

EHRHART,MATTHEW

07/25/2021

989917

Okaloosa County SO

EHRHART,MATTHEW,B

OEHLER

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.081Control Test 02:55

0.000Air Blank 02:55

# 1Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 03/08/2021 13:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:25

Okaloosa County SO

STINSON,ERIC

07/25/2021

989917

Okaloosa County SO

STINSON,ERIC,S

MAYHEW

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:2602/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

20:58

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

MCKINNIE

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.082Control Test 21:55

0.000Air Blank 21:55

# 1 0.104Subject Sample 21:56

1.160Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:58

# 2 0.108Subject Sample 21:59

2.242Breath Volume 21:59

0.000Air Blank 22:00

0.080Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:0402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:05

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

LUCAS CARBAJAL

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:44

# 1 0.247Subject Sample 23:44

2.199Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.255Subject Sample 23:47

2.062Breath Volume 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:49

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:0202/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:20

Okaloosa County SO

EHRHART,MATTHEW

07/25/2021

989917

Okaloosa County SO

EHRHART,MATTHEW,B

PEREZ

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.082Control Test 05:03

0.000Air Blank 05:03

# 1Subject Sample 05:04 Subject Test Refused

0.000Breath Volume 05:04

0.000Air Blank 05:05

0.082Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:06

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:1502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:37

Okaloosa County SO

FEENEY,ERIC

07/25/2021

1349789

Okaloosa County SO

FEENEY,ERIC,K

JOHNSON

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.082Control Test 04:29

0.000Air Blank 04:29

# 1 0.163Subject Sample 04:30

1.265Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.171Subject Sample 04:33

2.171Breath Volume 04:33

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:39:4202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:13

15:37

Okaloosa County SO

MUHLBACH,BRIAN

07/25/2021

989917

Okaloosa County SO

MUHLBACH,BRIAN,C

WARREN

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:34

0.000Air Blank 16:34

0.082Control Test 16:34

0.000Air Blank 16:35

# 1Subject Sample 16:38 Subject Test Refused

0.000Breath Volume 16:38

0.000Air Blank 16:38

0.081Control Test 16:39

0.000Air Blank 16:39

OKDiagnostics Check 16:39

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:5502/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:50

Okaloosa County SO

EHRHART,MATTHEW

07/25/2021

989917

Okaloosa County SO

EHRHART,MATTHEW,B

LINDER

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.082Control Test 03:46

0.000Air Blank 03:46

# 1 0.239Subject Sample 03:47

3.742Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:49

# 2 0.232Subject Sample 03:50

2.699Breath Volume 03:50

0.000Air Blank 03:50

0.078Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1702/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:02

Okaloosa County SO

FREMBGEN,TIA

07/25/2023

989917

Okaloosa County SO

LICHTY,JAKE,R

BRENNAN

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.082Control Test 01:55

0.000Air Blank 01:56

# 1Subject Sample 01:56 Subject Test Refused

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3502/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:13

Okaloosa County SO

POWELL,MICHAEL

07/25/2021

989917

Okaloosa County SO

WALKER,LANDON,L

PEREZ GONZALEZ

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.082Control Test 00:08

0.000Air Blank 00:08

# 1Subject Sample 00:09 Subject Test Refused

0.000Breath Volume 00:09

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4302/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:58

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

GAINER

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.081Control Test 02:37

0.000Air Blank 02:37

# 1 0.158Subject Sample 02:39

1.886Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:41

# 2 0.092Subject Sample 02:45 Volume Not Met

0.191Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 3 0.154Subject Sample 02:48

1.703Breath Volume 02:48

0.000Air Blank 02:48

0.078Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:22:0902/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

06:57

Okaloosa County SO

ROBERSON],GABRIEL

07/25/2021

989917

Okaloosa County SO

ROBERSON,GABRIEL,A

WHITE

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:16

0.000Air Blank 08:16

0.081Control Test 08:17

0.000Air Blank 08:17

# 1 0.000Subject Sample 08:17

2.042Breath Volume 08:17

0.000Air Blank 08:18

0.000Air Blank 08:20

# 2 0.000Subject Sample 08:20

1.644Breath Volume 08:20

0.000Air Blank 08:21

0.080Control Test 08:21

0.000Air Blank 08:22

OKDiagnostics Check 08:22

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:1202/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:06

Okaloosa County SO

MLYNARSKI,NIKLAS

07/15/2023

1349789

Okaloosa County SO

MLYNARSKI,NIKLAS,E

RIGGS

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:14

0.000Air Blank 17:15

0.081Control Test 17:15

0.000Air Blank 17:15

# 1Subject Sample 17:16 Subject Test Refused

0.000Breath Volume 17:16

0.000Air Blank 17:17

0.081Control Test 17:17

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:1202/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:52

Okaloosa County SO

STINSON,ERIC

07/25/2021

989917

Okaloosa County SO

STINSON,ERIC,S

CRAFT

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.081Control Test 22:43

0.000Air Blank 22:43

# 1Subject Sample 22:44 Subject Test Refused

0.000Breath Volume 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:1702/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:26

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

ALLEN

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:3502/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:26

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

ALLEN

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.144Subject Sample 02:24

1.457Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.146Subject Sample 02:28

1.265Breath Volume 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5302/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:36

Okaloosa County SO

STINSON,ERIC

07/25/2021

989917

Okaloosa County SO

STINSON,ERIC,S

AARON

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1 0.208Subject Sample 03:26

1.492Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.214Subject Sample 03:30

1.636Breath Volume 03:30

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:1002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:34

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

VIGILO

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

# 1 0.220Subject Sample 04:11

2.253Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.214Subject Sample 04:15

2.457Breath Volume 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:2302/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:30

Okaloosa County SO

EHRHART,MATTHEW

07/25/2021

989917

Okaloosa County SO

EHRHART,MATTHEW,B

ALLEN

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.080Control Test 05:15

0.000Air Blank 05:15

# 1 0.112Subject Sample 05:16

1.359Breath Volume 05:16

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.135Subject Sample 05:19

1.652Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 3 0.130Subject Sample 05:22

2.644Breath Volume 05:22

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:5602/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:48

16:00

Okaloosa County SO

GRUNDIN,GABREAN

07/25/2021

989917

Okaloosa County SO

GONZALES,ANTHONY,M

HERNANDEZ-CRUZ

02/04/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:31

0.081Control Test 17:31

0.000Air Blank 17:32

# 1 0.294Subject Sample 17:32

2.292Breath Volume 17:32

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.290Subject Sample 17:36

2.007Breath Volume 17:36

0.000Air Blank 17:37

0.080Control Test 17:37

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 03/08/2021 13:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5602/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

00:57

Bay County SO

FORSMAN,MICHAEL

07/15/2023

1349789

Bay County SO

FORSMAN,MICHAEL,S

BOND

02/26/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:13

0.000Air Blank 02:13

# 1Subject Sample 02:16 Sequence Aborted

0.039Breath Volume 02:16

0.000Air Blank 02:16

Data Download Date/Time: 03/02/2021 17:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:3702/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:20

Santa Rosa County SO

HALFHILL,TYLER

07/15/2023

1349789

Santa Rosa County SO

SPENCER,RAYMOND,L

CARTER

02/26/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:32

0.000Air Blank 21:32

0.080Control Test 21:33

0.000Air Blank 21:33

# 1 0.000Subject Sample 21:36

1.925Breath Volume 21:36

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.000Subject Sample 21:39

2.105Breath Volume 21:39

0.000Air Blank 21:39

0.081Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 03/02/2021 17:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:1302/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

21:59

Lake City PD

KOSKO,RYAN

03/05/2022

04120080A1

Lake City PD

ROBINSON,STUART,P

EADIE

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.080Control Test 23:09

0.000Air Blank 23:09

# 1 0.171Subject Sample 23:12 Volume Not Met

0.273Breath Volume 23:12

Air Blank 23:13 Purge Fail

0.000Air Blank 23:14

Data Download Date/Time: 03/17/2021 14:34

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:4402/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

21:59

Lake City PD

KOSKO,RYAN

03/05/2022

04120080A1

Lake City PD

ROBINSON,STUART,P

EADIE

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.076Control Test 23:16

0.000Air Blank 23:17

# 1 0.161Subject Sample 23:17

1.277Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.174Subject Sample 23:21

2.285Breath Volume 23:21

0.000Air Blank 23:22

0.075Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 03/17/2021 14:34

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:5802/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:32

FHP Troop B

HUGHES,ALFRED

03/05/2022

04120080A1

FHP Troop B

HUGHES,ALFRED,L

SURGES

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.079Control Test 01:11

0.000Air Blank 01:11

# 1 0.109Subject Sample 01:12

2.496Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 2 0.104Subject Sample 01:15

2.117Breath Volume 01:15

0.000Air Blank 01:16

0.075Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 03/17/2021 14:34

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:5302/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:14

Lake City PD

ROSE,BRANDON

03/05/2022

04120080A1

Lake City PD

ROBINSON,STUART,P

MCCRANIE

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.078Control Test 03:48

0.000Air Blank 03:49

# 1 0.000Subject Sample 03:51

1.164Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.000Subject Sample 03:55

1.644Breath Volume 03:55

0.000Air Blank 03:55

0.078Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 03/17/2021 14:34

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:0902/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:02

Columbia County SO

HARVEY,DEPUTY

03/05/2022

04120080A1

Columbia County SO

HARVEY,DEPUTY,D

MENDIETA

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

Air Blank 01:51 RFI Detect

0.000Air Blank 01:52

Data Download Date/Time: 03/17/2021 14:34

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:59:4602/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:20

07:15

FHP Troop B

MARTIN,DANIEL

03/05/2022

04120080A1

FHP Troop B

MARTIN,DANIEL,M

ROUNDTREE

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:48

0.000Air Blank 07:48

0.079Control Test 07:49

0.000Air Blank 07:49

# 1 0.000Subject Sample 07:52 Volume Not Met

0.109Breath Volume 07:52

0.000Air Blank 07:53

0.000Air Blank 07:55

# 2 0.000Subject Sample 07:58 Volume Not Met

0.171Breath Volume 07:58

0.000Air Blank 07:58

0.078Control Test 07:59

0.000Air Blank 07:59

OKDiagnostics Check 07:59

Data Download Date/Time: 03/17/2021 14:34

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0902/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:36

FHP Troop B

BAURES,BRANDYN

03/05/2022

04120080A1

FHP Troop B

BAURES,BRANDYN,K

CHATMAN

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.078Control Test 03:21

0.000Air Blank 03:21

# 1 0.177Subject Sample 03:22

1.324Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.167Subject Sample 03:26

1.609Breath Volume 03:26

0.000Air Blank 03:27

0.077Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 03/18/2021 12:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0902/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:13

Lake City PD

ROBINSON,STUART

03/05/2022

04120080A1

Lake City PD

ROBINSON,STUART,P

HOLMES

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.078Control Test 02:48

0.000Air Blank 02:49

# 1 0.197Subject Sample 02:49

3.199Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.181Subject Sample 02:52

2.457Breath Volume 02:52

0.000Air Blank 02:53

0.077Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 03/18/2021 12:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:3302/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:56

FHP Troop B

BAURES,BRANDYN

03/05/2022

04120080A1

FHP Troop B

BAURES,BRANDYN,K

CRUZ

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:42

0.080Control Test 05:42

0.000Air Blank 05:43

# 1 0.207Subject Sample 05:43

2.128Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.218Subject Sample 05:46

2.406Breath Volume 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 03/18/2021 12:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:21:3802/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:54

10:35

Columbia County SO

GUERRY,CHAD

03/05/2022

04120080A1

Columbia County SO

COLE,DANDRA,M

STEWART

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:14

0.000Air Blank 11:15

0.079Control Test 11:15

0.000Air Blank 11:15

# 1 0.136Subject Sample 11:16

1.121Breath Volume 11:16

0.000Air Blank 11:17

0.000Air Blank 11:19

# 2 0.128Subject Sample 11:19

1.855Breath Volume 11:19

0.000Air Blank 11:20

0.076Control Test 11:21

0.000Air Blank 11:21

OKDiagnostics Check 11:21

Data Download Date/Time: 03/18/2021 12:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:1702/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:19

Columbia County SO

KOSKO,KRISTOPHER

03/05/2022

04120080A1

Lake City PD

LORTON,CORNELIUS,Q

BAKER

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.079Control Test 23:56

0.000Air Blank 23:56

# 1Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 03/18/2021 12:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:1502/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:45

FHP Troop B

SINGLETARY,MATHEW

03/05/2022

04120080A1

FHP Troop B

SINGLETARY,MATHEW,C

BEAUMONT

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

# 1 0.224Subject Sample 21:37

2.167Breath Volume 21:37

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.235Subject Sample 21:40

2.574Breath Volume 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 03/18/2021 12:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1702/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:26

Columbia County SO

JOHNS,KEVIN

03/05/2022

04120080A1

Lake City PD

LORTON,CORNELIUS,Q

BROOM

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

# 1 0.170Subject Sample 00:07

1.929Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.160Subject Sample 00:10

1.312Breath Volume 00:10

0.000Air Blank 00:11

0.077Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 03/18/2021 12:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0802/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:32

Columbia County SO

BINES,DYLAN

03/05/2022

04120080A1

Columbia County SO

LORTON,CORNELIUS,Q

CORZO

02/02/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:21

# 1Subject Sample 04:21 Subject Test Refused

0.000Breath Volume 04:21

0.000Air Blank 04:22

0.078Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 03/18/2021 12:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:0302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:49

FHP Troop A

BAILEY,RAYMOND

09/20/2022

1206004

FHP Troop A

BAILEY,RAYMOND,F

GARCIA CASTRO

01/16/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.082Control Test 00:10

0.000Air Blank 00:11

# 1 0.163Subject Sample 00:13

2.867Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:15

# 2 0.155Subject Sample 00:17

3.265Breath Volume 00:17

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:19

Data Download Date/Time: 02/08/2021 15:07

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:5302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:23

FHP Troop A

BAILEY,RAYMOND

09/20/2022

1206004

FHP Troop A

BAILEY,RAYMOND,F

WADLEIGH

02/08/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.081Control Test 04:21

0.000Air Blank 04:22

# 1 0.119Subject Sample 04:22

4.074Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.119Subject Sample 04:26

4.101Breath Volume 04:26

0.000Air Blank 04:26

0.077Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 03/04/2021 15:36

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:1902/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:02

FHP Troop A

BAILEY,RAYMOND

09/20/2022

1206004

FHP Troop A

BAILEY,RAYMOND,F

GRUBBS

02/08/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.082Control Test 04:20

0.000Air Blank 04:20

# 1Subject Sample 04:21 Subject Test Refused

0.000Breath Volume 04:21

0.000Air Blank 04:22

0.083Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 03/04/2021 15:36

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:0702/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:57

FHP Troop A

ROSE,JUSTIN

09/20/2022

1206004

FHP Troop A

ROSE,JUSTIN,T

SWAN

02/08/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.082Control Test 23:53

0.000Air Blank 23:53

# 2Subject Sample 23:57 No Sample Provided

0.000Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1Subject Sample 00:02 No Sample Provided

0.000Breath Volume 00:02

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 03/04/2021 15:36

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:2602/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:58

FHP Troop A

SISK,CARLOS

09/20/2022

1206004

FHP Troop A

SISK,CARLOS,M

SORIANO-ALVAREZ

02/08/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:37

0.083Control Test 20:37

0.000Air Blank 20:38

# 1 0.125Subject Sample 20:38

3.890Breath Volume 20:38

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.120Subject Sample 20:41

2.222Breath Volume 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 03/04/2021 15:36

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:28:1902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

06:44

FHP Troop A

ROSE,JUSTIN

09/20/2022

1206004

FHP Troop A

ROSE,JUSTIN,T

STANFORD

02/08/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:20

0.000Air Blank 07:20

0.083Control Test 07:21

0.000Air Blank 07:21

# 1 0.181Subject Sample 07:22

1.445Breath Volume 07:22

0.000Air Blank 07:23

0.000Air Blank 07:25

# 2 0.166Subject Sample 07:26

1.355Breath Volume 07:26

0.000Air Blank 07:27

0.079Control Test 07:27

0.000Air Blank 07:28

OKDiagnostics Check 07:28

Data Download Date/Time: 03/04/2021 15:36

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:2502/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:04

Gulf Breeze PD

STOKOVICH,NICHOLAS

02/19/2022

1094494

OTHER Fed

SCAPIN,BRANDON,L

PAZ

02/03/2021

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:18

# 1Subject Sample 22:19 Subject Test Refused

0.000Breath Volume 22:19

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 03/05/2021 14:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:0602/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:13

Fort Pierce PD

ANTON,NICHOLAS

01/05/2022

30219080A3

Fort Pierce PD

ANTON,NICHOLAS,A

ZUNIGA

01/28/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:31

# 1 0.153Subject Sample 20:32

1.945Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.147Subject Sample 20:35

1.488Breath Volume 20:35

0.000Air Blank 20:36

0.080Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 02/25/2021 14:36

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:01:5302/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:06

St. Lucie County SO

JONES,CORTLAND

01/05/2022

30219080A3

St. Lucie County SO

JONES,CORTLAND,T

SPEARS

01/28/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:51

0.000Air Blank 16:51

0.081Control Test 16:52

0.000Air Blank 16:52

# 1 0.335Subject Sample 16:53

1.320Breath Volume 16:53

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.313Subject Sample 16:56

1.789Breath Volume 16:56

0.000Air Blank 16:57

0.000Air Blank 16:59

# 3 0.302Subject Sample 17:00

1.621Breath Volume 17:00

0.000Air Blank 17:00

0.080Control Test 17:01

0.000Air Blank 17:01

OKDiagnostics Check 17:01

Data Download Date/Time: 02/25/2021 14:36

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:31:5602/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:18

15:47

FHP Troop L

FREDERIC,JEAN

01/05/2022

30219080A3

FHP Troop L

FREDERIC,JEAN,

LAUX

01/28/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:29

0.000Air Blank 17:29

0.081Control Test 17:29

0.000Air Blank 17:30

# 1Subject Sample 17:30 Subject Test Refused

0.000Breath Volume 17:30

0.000Air Blank 17:31

0.080Control Test 17:31

0.000Air Blank 17:31

OKDiagnostics Check 17:31

Data Download Date/Time: 02/25/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:4502/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:08

St. Lucie County SO

HAMLIN,BRETT

01/05/2022

30219080A3

St. Lucie County SO

HAMLIN,BRETT,W

WILLIS

01/28/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.185Subject Sample 02:03

2.027Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.182Subject Sample 02:06

1.390Breath Volume 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 02/25/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:0202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:40

FHP Troop L

FREDERIC,JEAN

01/05/2022

30219080A3

FHP Troop L

FREDERIC,JEAN,

BRISTOL

01/28/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

# 1 0.209Subject Sample 23:51

2.000Breath Volume 23:51

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.206Subject Sample 23:55

1.921Breath Volume 23:55

0.000Air Blank 23:56

0.078Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:57

Data Download Date/Time: 02/25/2021 14:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:3902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:39

St. Lucie County SO

HAMLIN,BRETT

01/05/2022

30219080A3

St. Lucie County SO

HAMLIN,BRETT,W

BLAKESLEE

02/25/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.171Subject Sample 02:22

2.609Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.161Subject Sample 02:25

1.945Breath Volume 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 03/23/2021 16:25

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:58:2302/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:14

14:54

Fort Pierce PD

BELL,TRAVIS

01/05/2022

30219080A3

St. Lucie County SO

STOKES,SHAYNE,R

REED

02/25/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:52

0.000Air Blank 16:52

0.080Control Test 16:52

0.000Air Blank 16:53

# 1 0.185Subject Sample 16:53

2.566Breath Volume 16:53

0.000Air Blank 16:54

0.000Air Blank 16:56

# 2 0.170Subject Sample 16:56

1.988Breath Volume 16:56

0.000Air Blank 16:57

0.080Control Test 16:57

0.000Air Blank 16:58

OKDiagnostics Check 16:58

Data Download Date/Time: 03/23/2021 16:25

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:4002/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

05:31

Hillsborough Co SO

WASHINGTON,D

08/05/2022

18220080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

MELTON

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:57

0.000Air Blank 06:58

0.082Control Test 06:58

0.000Air Blank 06:59

# 1 0.000Subject Sample 07:01

1.582Breath Volume 07:01

0.000Air Blank 07:01

0.000Air Blank 07:03

# 2 0.000Subject Sample 07:04

2.113Breath Volume 07:04

0.000Air Blank 07:04

0.082Control Test 07:05

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 02/16/2021 13:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4002/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:59

Hillsborough Co SO

WILLIAMSON,A

08/05/2022

18220080A2

Hillsborough Co SO

GREENLEE,NANCY,J

SIMMONS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.082Control Test 02:57

0.000Air Blank 02:58

# 1 0.150Subject Sample 02:59

3.101Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.149Subject Sample 03:02

3.218Breath Volume 03:02

0.000Air Blank 03:02

0.082Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 02/16/2021 13:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:5002/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:20

Hillsborough Co SO

TABOADA,D

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

KIRK

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.083Control Test 03:28

0.000Air Blank 03:29

# 1 0.191Subject Sample 03:30

3.871Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.190Subject Sample 03:33

3.636Breath Volume 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 02/16/2021 13:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:40:1202/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:09

07:35

Hillsborough Co SO

WASHINGTON,D

08/05/2022

18220080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

BOUCHARD

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:33

0.000Air Blank 08:33

0.082Control Test 08:33

0.000Air Blank 08:34

# 1 0.000Subject Sample 08:35

1.765Breath Volume 08:35

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2 0.000Subject Sample 08:38

1.843Breath Volume 08:38

0.000Air Blank 08:39

0.083Control Test 08:39

0.000Air Blank 08:40

OKDiagnostics Check 08:40

Data Download Date/Time: 02/16/2021 13:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:3802/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:57

Hillsborough Co SO

SULAIMAN,R

08/05/2022

18220080A2

FHP Troop C

LONEY,ANIA,L

DEBORD

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.082Control Test 23:02

0.000Air Blank 23:02

# 1 0.037Subject Sample 23:03

3.375Breath Volume 23:03

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.035Subject Sample 23:06

3.136Breath Volume 23:06

0.000Air Blank 23:06

0.083Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:2402/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

01:13

Hillsborough Co SO

LUGO,J

08/05/2022

18220080A2

FHP Troop C

DENDY,HALEY,M

REYNOLDS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.083Control Test 03:27

0.000Air Blank 03:28

# 1 0.000Subject Sample 03:29

1.585Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.000Subject Sample 03:33

2.312Breath Volume 03:33

0.000Air Blank 03:33

0.082Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:15:5302/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:49

12:49

Hillsborough Co SO

GARCIA,M 235198

08/05/2022

18220080A2

Hillsborough Co SO

SKIPPER,ROGER,G

TAYLOR

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:09

0.000Air Blank 14:10

0.084Control Test 14:10

0.000Air Blank 14:11

# 1 0.000Subject Sample 14:11

2.398Breath Volume 14:11

0.000Air Blank 14:12

0.000Air Blank 14:14

# 2 0.000Subject Sample 14:14

2.308Breath Volume 14:14

0.000Air Blank 14:14

0.083Control Test 14:15

0.000Air Blank 14:15

OKDiagnostics Check 14:15

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:4302/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:05

Hillsborough Co SO

BADEN,T

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

GRIFFIN

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.083Control Test 23:19

0.000Air Blank 23:19

# 1 0.122Subject Sample 23:20

1.511Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.120Subject Sample 23:24

1.144Breath Volume 23:24

0.000Air Blank 23:24

0.082Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:0702/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:28

Hillsborough Co SO

BADEN,T

08/05/2022

18220080A2

Tampa PD

GREENLEE,NANCY,J

DAMTHONGMIVANH

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.082Control Test 04:15

0.000Air Blank 04:16

# 1 0.102Subject Sample 04:18

1.804Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.097Subject Sample 04:22

1.757Breath Volume 04:22

0.000Air Blank 04:23

0.082Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:1902/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:40

Hillsborough Co SO

RIVERA,M

08/05/2022

18220080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

SCARLETT

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:33

0.081Control Test 05:33

0.000Air Blank 05:34

# 1 0.123Subject Sample 05:35

1.238Breath Volume 05:35

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.120Subject Sample 05:37

2.070Breath Volume 05:37

0.000Air Blank 05:38

0.082Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:27:0302/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:59

08:50

Hillsborough Co SO

SMITH,C

08/05/2022

18220080A2

Tampa PD

HOLLAND,CHARLEENE,N

OLIVEROS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:19

0.000Air Blank 10:20

0.083Control Test 10:20

0.000Air Blank 10:21

# 1 0.178Subject Sample 10:21

1.453Breath Volume 10:21

0.000Air Blank 10:22

0.000Air Blank 10:24

# 2 0.162Subject Sample 10:25

1.281Breath Volume 10:25

0.000Air Blank 10:26

0.082Control Test 10:26

0.000Air Blank 10:26

OKDiagnostics Check 10:27

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:5402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:34

Hillsborough Co SO

RUIZ,J

08/05/2022

18220080A2

FHP Troop C

PEQUIGNOT,KYLIE,C

CARRERO GUEITS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.081Control Test 00:49

0.000Air Blank 00:49

# 1 0.030Subject Sample 00:50

1.714Breath Volume 00:50

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.030Subject Sample 00:53

1.335Breath Volume 00:53

0.000Air Blank 00:53

0.082Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:3402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:56

Hillsborough Co SO

BRABAND,M

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

TURNER

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:40

# 1 0.157Subject Sample 04:43 Volume Not Met

0.929Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:2702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:07

Hillsborough Co SO

LYON,M

08/05/2022

18220080A2

Tampa PD

MONTGOMERY,ALECIA,L

MARTINEZ MENENDEZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.082Control Test 04:31

0.000Air Blank 04:31

# 1 0.151Subject Sample 04:32

1.960Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.145Subject Sample 04:35

1.675Breath Volume 04:35

0.000Air Blank 04:36

0.081Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:4502/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:51

05:33

Hillsborough Co SO

BURKE,B

08/05/2022

18220080A2

Hillsborough Co SO

DAIL,JULIE,A

MCDOUGAL

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:11

0.000Air Blank 06:11

0.082Control Test 06:12

0.000Air Blank 06:12

# 1 0.083Subject Sample 06:13

1.800Breath Volume 06:13

0.000Air Blank 06:13

0.000Air Blank 06:15

# 2 0.080Subject Sample 06:16

1.394Breath Volume 06:16

0.000Air Blank 06:16

0.082Control Test 06:17

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:4702/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:34

Hillsborough Co SO

ATKINS,A

08/05/2022

18220080A2

Temple Terrace PD

MONTGOMERY,ALECIA,L

SHAIK

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:25

# 1 0.173Subject Sample 00:28

2.183Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.172Subject Sample 00:31

2.148Breath Volume 00:31

0.000Air Blank 00:31

0.080Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:2502/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:01

Hillsborough Co SO

HUTCHESON,S

08/05/2022

18220080A2

Hillsborough Co SO

LONEY,ANIA,L

JACKSON

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:59

# 1 0.160Subject Sample 00:59

1.914Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.168Subject Sample 01:02

2.234Breath Volume 01:02

0.000Air Blank 01:03

0.081Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:42

Hillsborough Co SO

GARNER,W

08/05/2022

18220080A2

Hillsborough Co SO

DENDY,HALEY,M

HARRIS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:30

# 1 0.161Subject Sample 01:31

3.429Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.160Subject Sample 01:34

3.281Breath Volume 01:34

0.000Air Blank 01:34

0.081Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:0802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

04:08

Hillsborough Co SO

LARA,A

08/05/2022

18220080A2

FHP Troop C

DENDY,HALEY,M

LANKFORD

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.082Control Test 05:28

0.000Air Blank 05:29

# 1 0.122Subject Sample 05:30

3.007Breath Volume 05:30

0.000Air Blank 05:31

0.000Air Blank 05:32

# 2 0.124Subject Sample 05:33

3.003Breath Volume 05:33

0.000Air Blank 05:34

0.081Control Test 05:34

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:2202/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:19

Hillsborough Co SO

BRABAND,M

08/05/2022

18220080A2

Tampa PD

PEQUIGNOT,KYLIE,C

THOMPSON

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.082Control Test 01:21

0.000Air Blank 01:21

# 1 0.212Subject Sample 01:22

1.445Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.218Subject Sample 01:25

2.558Breath Volume 01:25

0.000Air Blank 01:26

0.082Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 02/16/2021 13:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3102/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:07

Hillsborough Co SO

BAAR,J

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

DIETRICH

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.082Control Test 01:57

0.000Air Blank 01:58

# 1 0.236Subject Sample 01:59

2.484Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.241Subject Sample 02:01

1.968Breath Volume 02:01

0.000Air Blank 02:02

0.082Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2002/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:18

Hillsborough Co SO

PATRON,A

08/05/2022

18220080A2

Hillsborough Co SO

MASON,FRANCESCA,M

ALTMAN

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.082Control Test 03:09

0.000Air Blank 03:10

# 1 0.000Subject Sample 03:10

1.152Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.000Subject Sample 03:13

1.324Breath Volume 03:13

0.000Air Blank 03:14

0.082Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:0002/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:51

Hillsborough Co SO

RAY,K

08/05/2022

18220080A2

FHP Troop C

MONTGOMERY,ALECIA,L

BRACKINS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.082Control Test 21:41

0.000Air Blank 21:41

# 1 0.127Subject Sample 21:43

2.535Breath Volume 21:43

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.120Subject Sample 21:46

1.812Breath Volume 21:46

0.000Air Blank 21:47

0.081Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:48

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:52:5802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

05:51

Hillsborough Co SO

GARNER,W

08/05/2022

18220080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HAMILTON

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:45

0.000Air Blank 06:46

0.082Control Test 06:46

0.000Air Blank 06:46

# 1 0.154Subject Sample 06:48

1.609Breath Volume 06:48

0.000Air Blank 06:48

0.000Air Blank 06:50

# 2 0.174Subject Sample 06:51

1.574Breath Volume 06:51

0.000Air Blank 06:52

0.081Control Test 06:52

0.000Air Blank 06:52

OKDiagnostics Check 06:52

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:3302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:43

Hillsborough Co SO

KLENOFSKY,A

08/05/2022

18220080A2

Hillsborough Co SO

MASON,FRANCESCA,M

JOHNSON

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:40

0.082Control Test 19:40

0.000Air Blank 19:41

# 1 0.104Subject Sample 19:44 Volume Not Met

0.183Breath Volume 19:44

0.000Air Blank 19:45

0.000Air Blank 19:46

# 2 0.095Subject Sample 19:49 Volume Not Met

0.234Breath Volume 19:49

0.000Air Blank 19:50

0.082Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:3402/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:43

Hillsborough Co SO

KLENOFSKY,A

08/05/2022

18220080A2

Hillsborough Co SO

MASON,FRANCESCA,M

JOHNSON

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:55

0.081Control Test 19:55

0.000Air Blank 19:56

# 1 0.107Subject Sample 19:56

1.957Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.103Subject Sample 20:01

1.636Breath Volume 20:01

0.000Air Blank 20:01

0.082Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5802/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:18

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

PEQUIGNOT,KYLIE,C

RAMOS ESPINAL

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.082Control Test 01:06

0.000Air Blank 01:06

# 1 0.157Subject Sample 01:07

1.789Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.154Subject Sample 01:10

2.574Breath Volume 01:10

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:2102/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:36

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

RIVERA-ROMAN

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.082Control Test 04:28

0.000Air Blank 04:29

# 1 0.108Subject Sample 04:32 Volume Not Met

0.070Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.119Subject Sample 04:37 Volume Not Met

0.136Breath Volume 04:37

0.000Air Blank 04:38

0.082Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:1402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:36

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

RIVERA-ROMAN

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:49

# 1 0.134Subject Sample 04:51

1.765Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.132Subject Sample 04:54

1.921Breath Volume 04:54

0.000Air Blank 04:55

0.082Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:0202/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:09

Hillsborough Co SO

RIVERA,M

08/05/2022

18220080A2

Hillsborough Co SO

MASON,FRANCESCA,M

HERNANDEZ-DIAZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.082Control Test 23:00

0.000Air Blank 23:00

# 1 0.220Subject Sample 23:01

2.074Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:03

# 2 0.227Subject Sample 23:04

1.566Breath Volume 23:04

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:05

OKDiagnostics Check 23:06

Data Download Date/Time: 02/16/2021 13:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:1602/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:58

FHP Troop H

SMITH,DAVID

02/05/2023

34520080A1

FHP Troop H

SMITH,DAVID,H

BRADDOCK

02/23/2021

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.079Control Test 19:52

0.000Air Blank 19:52

# 1 0.000Subject Sample 19:53

3.718Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:56

# 2 0.000Subject Sample 19:57

3.195Breath Volume 19:57

0.000Air Blank 19:57

0.078Control Test 19:58

Air Blank 19:58 Ambient Fail

0.000Air Blank 19:59

Data Download Date/Time: 03/29/2021 13:15

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:3602/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:40

Taylor County SO

THIGPEN,JORDAN

02/05/2023

34520080A1

Taylor County SO

PHELPS,KOVEN,

PARRISH

02/23/2021

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:11

0.080Control Test 18:11

0.000Air Blank 18:12

# 1 0.214Subject Sample 18:15 Volume Not Met

0.585Breath Volume 18:15

0.000Air Blank 18:15

0.000Air Blank 18:17

# 2 0.181Subject Sample 18:20 Volume Not Met

0.519Breath Volume 18:20

0.000Air Blank 18:21

0.078Control Test 18:21

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 03/29/2021 13:15

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:1302/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:40

Perry PD

THIGPEN,JORDAN

02/05/2023

34520080A1

Taylor County SO

PHELPS,KOVEN,

PARRISH

02/23/2021

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:25

0.078Control Test 18:26

0.000Air Blank 18:26

# 1 0.226Subject Sample 18:27

2.457Breath Volume 18:27

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.212Subject Sample 18:30

1.664Breath Volume 18:30

0.000Air Blank 18:31

0.079Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 03/29/2021 13:15

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:1002/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

17:20

17:00

Perry PD

CEPHUS,JAMIN

02/05/2023

34520080A1

Perry PD

CEPHUS,JAMIN,I

BROWN

02/23/2021

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:42

0.000Air Blank 17:42

0.080Control Test 17:42

0.000Air Blank 17:43

# 1 0.000Subject Sample 17:43

4.207Breath Volume 17:43

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.000Subject Sample 17:46

4.031Breath Volume 17:46

0.000Air Blank 17:47

0.079Control Test 17:47

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 03/29/2021 13:15

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:25:2702/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

18:19

FHP Troop C

KIBBEY,BRADLEY

01/05/2022

30219080A3

FHP Troop C

KIBBEY,BRADLEY,A

GRIFFIN

02/13/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:19

0.080Control Test 19:19

0.000Air Blank 19:20

# 1 0.143Subject Sample 19:20

1.304Breath Volume 19:20

0.000Air Blank 19:21

0.000Air Blank 19:23

# 2 0.133Subject Sample 19:23

1.625Breath Volume 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:25

OKDiagnostics Check 19:25

Data Download Date/Time: 03/14/2021 08:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:3702/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:24

FHP Troop C

GARTNER,ARTHUR

01/05/2022

30219080A3

FHP Troop C

GARTNER,ARTHUR,F

YOUNG

02/13/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:33

# 1Subject Sample 22:34 RFI Detect

0.089Breath Volume 22:34

0.000Air Blank 22:34

0.081Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 03/14/2021 08:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2402/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:24

FHP Troop C

GARTNER,ARTHUR

01/05/2022

30219080A3

FHP Troop C

GARTNER,ARTHUR,F

YOUNG

02/13/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.081Control Test 22:38

0.000Air Blank 22:38

# 1 0.114Subject Sample 22:39

3.457Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.103Subject Sample 22:42

2.050Breath Volume 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 03/14/2021 08:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4802/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:55

FHP Troop C

AMAR,GIOVANNI

01/05/2022

30219080A3

FHP Troop C

KJEKSTAD,ERIC,C

MILIAN ROQUE

02/13/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:04

# 1 0.158Subject Sample 04:05

1.800Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.145Subject Sample 04:09

1.699Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 03/14/2021 08:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:1802/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:15

Hernando County SO

MASCITELLI,V

01/05/2022

30219080A3

Hernando County SO

MASCITELLI,V,

HABERLE

02/13/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

# 1Subject Sample 01:06 Subject Test Refused

0.000Breath Volume 01:06

0.000Air Blank 01:07

0.082Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 03/14/2021 08:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:2702/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:14

FHP Troop C

KJEKSTAD,ERIC

01/05/2022

30219080A3

FHP Troop C

KJEKSTAD,ERIC,C

ZAK

02/13/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.082Control Test 02:38

0.000Air Blank 02:39

# 1 0.000Subject Sample 02:40

2.218Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.000Subject Sample 02:43

1.671Breath Volume 02:43

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 03/14/2021 08:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:5202/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:26

FHP Troop C

WIBERLY,RYAN

01/05/2022

30219080A3

FHP Troop C

KJEKSTAD,ERIC,C

BALOGH

02/13/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

# 1 0.141Subject Sample 01:54 Volume Not Met

0.171Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.156Subject Sample 01:59

1.476Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 3 0.152Subject Sample 02:03

1.312Breath Volume 02:03

0.000Air Blank 02:03

0.075Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 03/14/2021 08:21

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2402/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:12

Sumter County SO

HARM,CONNOR

10/05/2021

181632

Sumter County SO

JOHNSON,BRENDA,R

WHATMORE

01/27/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.076Control Test 00:26

0.000Air Blank 00:26

# 1Subject Sample 00:27 Subject Test Refused

0.000Breath Volume 00:27

0.000Air Blank 00:27

0.076Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 02/17/2021 11:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:3502/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

01:00

Sumter County SO

ALLEN,GARRETT

10/05/2021

181632

Sumter County SO

CAUDLE,PAUL,A

GIBSON

01/27/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.076Control Test 04:10

0.000Air Blank 04:11

# 1Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:11

0.077Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 02/17/2021 11:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:5402/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

22:45

Sumter County SO

RIZZO,HAYLEY

10/05/2021

181632

FHP Troop C

CAUDLE,PAUL,A

PILKINGTON

01/27/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.076Control Test 00:22

0.000Air Blank 00:23

# 1 0.000Subject Sample 00:24

2.503Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.000Subject Sample 00:27

1.738Breath Volume 00:27

0.000Air Blank 00:28

0.077Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 02/17/2021 11:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:5202/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:23

Sumter County SO

NORDLE,LACEY

10/05/2021

181632

Sumter County SO

LONG,ERIC,W

JOHNS

02/17/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:55

0.000Air Blank 18:56

0.077Control Test 18:56

0.000Air Blank 18:57

# 1 0.236Subject Sample 18:58

1.980Breath Volume 18:58

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.241Subject Sample 19:01

1.929Breath Volume 19:01

0.000Air Blank 19:01

0.075Control Test 19:02

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 03/31/2021 05:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:3702/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:44

Sumter County SO

PIVETZ,CHARLES

10/05/2021

181632

Sumter County SO

GEOGHEGAN,ASHLEY,M

HOPKINS

02/17/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:36

0.000Air Blank 16:36

0.076Control Test 16:36

0.000Air Blank 16:37

# 1 0.077Subject Sample 16:37

1.511Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.076Subject Sample 16:41

2.613Breath Volume 16:41

0.000Air Blank 16:41

0.076Control Test 16:42

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 03/31/2021 05:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:1302/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

08:40

Sumter County SO

SMITH,CHARLES

10/05/2021

181632

Sumter County SO

LONG,ERIC,W

WEST

02/17/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.076Control Test 21:31

0.000Air Blank 21:31

# 1Subject Sample 21:31 Subject Test Refused

0.000Breath Volume 21:31

0.000Air Blank 21:32

0.077Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 03/31/2021 05:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:5002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:45

Sumter County SO

NELSON,GARRETT

10/05/2021

181632

Sumter County SO

LONG,ERIC,W

DOMINGO RIVAS

02/17/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.077Control Test 00:19

0.000Air Blank 00:19

# 1 0.227Subject Sample 00:20

1.296Breath Volume 00:20

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.241Subject Sample 00:23

1.421Breath Volume 00:23

0.000Air Blank 00:23

0.076Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 03/31/2021 05:51

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:2102/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:44

FHP Troop D

RITTER,ALEC

06/07/2021

970670

FHP Troop D

RITTER,ALEC,D

GALLEGO MATOM

01/08/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.077Control Test 04:23

0.000Air Blank 04:24

# 1 0.123Subject Sample 04:25

1.992Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.136Subject Sample 04:28

2.378Breath Volume 04:28

0.000Air Blank 04:29

0.077Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 02/03/2021 23:58

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:3602/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:31

Eustis PD

WADE,CODY

05/05/2022

193173

Eustis PD

WADE,CODY,L

BURKHARDT

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:19

# 1Subject Sample 01:20 Subject Test Refused

0.000Breath Volume 01:20

0.000Air Blank 01:20

0.082Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:14

Eustis PD

WADE,C

05/05/2022

193173

Eustis PD

WADE,C,L

SANCHEZ

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.081Control Test 02:17

0.000Air Blank 02:17

# 1Subject Sample 02:17 Subject Test Refused

0.000Breath Volume 02:17

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:19

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:1702/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:56

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

GUERRA

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.080Control Test 01:54

0.000Air Blank 01:54

# 1 0.136Subject Sample 01:55

1.660Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.133Subject Sample 01:58

1.421Breath Volume 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:3902/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:06

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

VELASCO JR

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.080Control Test 05:11

0.000Air Blank 05:11

# 1 0.158Subject Sample 05:12

3.859Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.153Subject Sample 05:16

1.652Breath Volume 05:16

0.000Air Blank 05:16

0.080Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:3402/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:45

Lake County SO

CORMAN,GERALD

05/05/2022

193173

Lake County SO

CORMAN,GERALD,E

SANTIE

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

Air Blank 01:32 RFI Detect

Air Blank 01:32 RFI Detect

Data Download Date/Time: 03/03/2021 16:26

19 May 2021

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:3102/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:45

Lake County SO

CORMAN,GERALD

05/05/2022

193173

Lake County SO

CORMAN,GERALD,E

SANTIE

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

Air Blank 01:34 RFI Detect

0.000Air Blank 01:34

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4602/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:45

Lake County SO

CORMAN,GERALD

05/05/2022

193173

Lake County SO

CORMAN,GERALD,E

SANTIE

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:37

# 1 0.088Subject Sample 01:37

2.203Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 2 0.080Subject Sample 01:40

1.425Breath Volume 01:40

0.000Air Blank 01:40

0.081Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3502/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:43

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

STONE

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.185Subject Sample 03:01

2.351Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.171Subject Sample 03:06

1.710Breath Volume 03:06

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:3302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:17

18:04

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BANNICK,COURTNEY,L

WELCH

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 18:51

0.000Air Blank 18:52

0.080Control Test 18:52

0.000Air Blank 18:52

# 1 0.218Subject Sample 18:55

1.656Breath Volume 18:55

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.216Subject Sample 18:59

1.257Breath Volume 18:59

0.000Air Blank 18:59

0.080Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:3802/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:45

Clermont PD

PEREZ,NICHOLAS

05/05/2022

193173

Clermont PD

PEREZ,NICHOLAS,L

GOETZ RAMIREZ

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

# 1 0.155Subject Sample 03:57

1.222Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.157Subject Sample 04:00

2.718Breath Volume 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5602/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:22

Tavares PD

DAVIS,MICHAEL

05/05/2022

193173

Tavares PD

BLEDSOE,JACOB,B

WHITE

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.124Subject Sample 03:01

2.250Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.125Subject Sample 03:04

2.113Breath Volume 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:5102/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:04

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

FLYNN

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1 0.230Subject Sample 04:13

1.347Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:15

# 2 0.224Subject Sample 04:17

1.980Breath Volume 04:17

0.000Air Blank 04:17

0.080Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:1302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:21

FHP Troop D

RITTER,ALEC

05/05/2022

193173

FHP Troop D

RITTER,ALEC,D

RIVERA AYALA

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

# 1Subject Sample 00:51 Subject Test Refused

0.000Breath Volume 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 03/03/2021 16:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:07

FHP Troop D

RITTER,ALEC

05/05/2022

193173

FHP Troop D

RITTER,ALEC,D

GREGORY

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.079Control Test 01:01

0.000Air Blank 01:01

# 1 0.285Subject Sample 01:02

2.070Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.264Subject Sample 01:06

1.769Breath Volume 01:06

0.000Air Blank 01:06

0.000Air Blank 01:08

# 3 0.263Subject Sample 01:09

1.726Breath Volume 01:09

0.000Air Blank 01:09

0.079Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:07:0002/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

05:01

Clermont PD

GUY,K

05/05/2022

193173

Clermont PD

WHEELER,CHAD,T

ARGUETO-RODRIGUEZ

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:01

0.000Air Blank 10:01

0.080Control Test 10:01

0.000Air Blank 10:02

# 1 0.028Subject Sample 10:02

1.945Breath Volume 10:02

0.000Air Blank 10:03

0.000Air Blank 10:05

# 2 0.030Subject Sample 10:05

2.304Breath Volume 10:05

0.000Air Blank 10:06

0.081Control Test 10:06

0.000Air Blank 10:06

OKDiagnostics Check 10:07

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:2702/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

21:38

Mount Dora PD

GUY,KEVIN

05/05/2022

193173

Clermont PD

WHEELER,BROOKE,M

KEARNS

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.081Control Test 23:37

0.000Air Blank 23:38

# 1Subject Sample 23:39 Subject Test Refused

0.000Breath Volume 23:39

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:0602/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:48

Lake County SO

LANDA,J

05/05/2022

193173

Lake County SO

CORMAN,G,E

SUAREZ

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1 0.125Subject Sample 22:57

1.296Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.123Subject Sample 23:00

1.777Breath Volume 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:4302/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:54

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

SOLIS

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1Subject Sample 02:53 No Sample Provided

0.000Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:56

0.080Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5802/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:09

Lake County SO

CORMAN,GERALD

05/05/2022

193173

Lake County SO

CORMAN,GERALD,E

MORRISON

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

# 1 0.181Subject Sample 04:47

2.144Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.175Subject Sample 04:50

2.089Breath Volume 04:50

0.000Air Blank 04:51

0.081Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:3902/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

05:55

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

CHAVEZ JR

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:53

0.000Air Blank 06:54

0.081Control Test 06:54

0.000Air Blank 06:55

# 1 0.185Subject Sample 06:57

1.765Breath Volume 06:57

0.000Air Blank 06:57

0.000Air Blank 06:59

# 2 0.187Subject Sample 07:00

2.281Breath Volume 07:00

0.000Air Blank 07:00

0.081Control Test 07:01

0.000Air Blank 07:01

OKDiagnostics Check 07:01

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1302/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:34

Clermont PD

PEREZ,NICHOLAS

05/05/2022

193173

Clermont PD

PEREZ,NICHOLAS,L

POLANCO

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.081Control Test 03:45

0.000Air Blank 03:46

# 1 0.000Subject Sample 03:47

2.164Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.000Subject Sample 03:51

2.152Breath Volume 03:51

Air Blank 03:51 RFI Detect

0.000Air Blank 03:52

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:4002/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:34

Clermont PD

PEREZ,NICHOLAS

05/05/2022

193173

Clermont PD

PEREZ,NICHOLAS,L

POLANCO

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.080Control Test 03:55

0.000Air Blank 03:55

# 1 0.000Subject Sample 03:56

1.882Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.000Subject Sample 03:59

2.144Breath Volume 03:59

0.000Air Blank 03:59

0.081Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:3102/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

12:57

FHP Troop D

HARMAN,RICHARD

05/05/2022

193173

FHP Troop D

HARMAN,RICHARD,J

FREEMAN

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:55

# 1 0.173Subject Sample 01:56

4.429Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.172Subject Sample 01:59

2.476Breath Volume 01:59

0.000Air Blank 01:59

0.081Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:1102/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:52

Eustis PD

RICKETTS,J

05/05/2022

193173

Fruitland Park PD

WADE,CODY,L

BARTO

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.080Control Test 22:50

0.000Air Blank 22:50

# 1Subject Sample 22:50 Subject Test Refused

0.000Breath Volume 22:50

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:22:1002/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:45

08:20

Tavares PD

BAUDERS,SEAN

05/05/2022

193173

Groveland PD

BANNICK,COURTNEY,L

BUSTOS

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:15

0.000Air Blank 09:15

0.080Control Test 09:16

0.000Air Blank 09:16

# 1 0.145Subject Sample 09:17

2.484Breath Volume 09:17

0.000Air Blank 09:18

0.000Air Blank 09:20

# 2 0.140Subject Sample 09:20

1.789Breath Volume 09:20

0.000Air Blank 09:21

0.081Control Test 09:21

0.000Air Blank 09:22

OKDiagnostics Check 09:22

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:1402/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:10

Mount Dora PD

JOHNSON,DEREK

05/05/2022

193173

Groveland PD

WHEELER,BROOKE,M

NAVARRETE

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

# 1Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:1002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:07

Mount Dora PD

RICKETTS,JEREMIAHH

05/05/2022

193173

Fruitland Park PD

WHEELER,BROOKE,M

RIBECA

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

# 1Subject Sample 03:18 No Sample Provided

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:44:2602/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

07:04

Lake County SO

HART,ROBERT

05/05/2022

193173

Lake County SO

HART,ROBERT,L

PHYSCO

02/03/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:30

0.000Air Blank 08:30

0.080Control Test 08:30

0.000Air Blank 08:31

# 1 0.127Subject Sample 08:34 Volume Not Met

0.695Breath Volume 08:34

0.000Air Blank 08:35

0.000Air Blank 08:36

# 2 0.138Subject Sample 08:37

1.562Breath Volume 08:37

0.000Air Blank 08:38

0.000Air Blank 08:40

# 3 0.127Subject Sample 08:42

1.988Breath Volume 08:42

0.000Air Blank 08:43

0.080Control Test 08:43

0.000Air Blank 08:44

OKDiagnostics Check 08:44

Data Download Date/Time: 03/03/2021 16:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:2202/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:36

Leesburg PD

LENFANT,BENJAMIN

01/05/2022

30219080A3

Leesburg PD

WILLIAMS,JONATHAN,B

WILLIAMS

01/20/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.081Control Test 00:45

0.000Air Blank 00:45

# 1 0.106Subject Sample 00:46

1.257Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.113Subject Sample 00:49

1.386Breath Volume 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 03/02/2021 13:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:4202/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:25

Leesburg PD

WELFENBERG,ASHTON

01/05/2022

30219080A3

Leesburg PD

JIMENEZ,JOSE,

MARTINEZ RUVALVABA

01/20/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.080Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 03/02/2021 13:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2902/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:48

Leesburg PD

WELFENBERG,ASHTON

01/05/2022

30219080A3

Leesburg PD

JIMENEZ,JOSE,

FRANCO

01/20/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

# 1 0.140Subject Sample 01:43

2.136Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.149Subject Sample 01:45

1.621Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 03/02/2021 13:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4702/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:34

Leesburg PD

MCCLAIN,DAVID

01/05/2022

30219080A3

Leesburg PD

SOMMERSDORF,JOHN,G

BORROWDALE

01/20/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1 0.227Subject Sample 03:21

2.257Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.233Subject Sample 03:24

2.980Breath Volume 03:24

0.000Air Blank 03:24

0.079Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 03/02/2021 13:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:2302/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:45

Leesburg PD

HOBBS,KYLE

01/05/2022

30219080A3

Leesburg PD

HEUSER,JOSEPH,B

RAMSEY

01/20/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

0.000Air Blank 19:39

0.080Control Test 19:39

0.000Air Blank 19:40

# 1Subject Sample 19:43 No Sample Provided

0.000Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2Subject Sample 19:46 Subject Test Refused

0.000Breath Volume 19:46

0.000Air Blank 19:46

0.079Control Test 19:46

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 03/02/2021 13:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:5002/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:08

Leesburg PD

WELFENBERG,ASHTON

01/05/2022

30219080A3

Leesburg PD

JIMENEZ,JOSE,

REIN

02/26/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

# 1Subject Sample 01:50 Sequence Aborted

0.000Breath Volume 01:50

0.000Air Blank 01:50

Data Download Date/Time: 03/02/2021 13:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1402/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:58

Leesburg PD

MCCLAIN,DAVID

01/05/2022

30219080A3

Leesburg PD

SOMMERSDORF,JOHN,G

WARREN

02/26/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1 0.070Subject Sample 03:52

3.351Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.071Subject Sample 03:55

2.390Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 03/02/2021 13:56

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:0402/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:37

Leesburg PD

MCCLAIN,DAVID

01/05/2022

30219080A3

Leesburg PD

JIMENEZ,JOSE,

NUNES

02/26/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:18

# 1 0.197Subject Sample 22:18

1.828Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.203Subject Sample 22:21

1.910Breath Volume 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:23

Data Download Date/Time: 03/02/2021 13:56

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:2002/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:26

HILLSBOROUGH CO SO

HUTCHESON,S

08/05/2022

18220080A2

HILLSBOROUGH CO SO

MASON,FRANCESCA,M

RODRIGUEZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:16

# 1 0.000Subject Sample 04:16

3.019Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.000Subject Sample 04:19

2.574Breath Volume 04:19

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 03/01/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5702/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:40

HILLSBOROUGH CO SO

RAY,K

08/05/2022

18220080A2

FHP TROOP C

MASON,FRANCESCA,M

BANKS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

# 1 0.173Subject Sample 02:52

1.179Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.173Subject Sample 02:55

1.476Breath Volume 02:55

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 03/01/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:0202/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:30

HILLSBOROUGH CO SO

BADEN,T

08/05/2022

18220080A2

TAMPA PD

GREENLEE,NANCY,J

AGUILAR GONZALEZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.081Control Test 04:18

0.000Air Blank 04:18

# 1 0.272Subject Sample 04:19

1.214Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:21

# 2 0.265Subject Sample 04:22

2.742Breath Volume 04:22

0.000Air Blank 04:23

0.080Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:24

Data Download Date/Time: 03/01/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:30

HILLSBOROUGH CO SO

BARLAUG,G

08/05/2022

18220080A2

TAMPA PD

GREENLEE,NANCY,J

SCHULTZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

# 1 0.128Subject Sample 03:25

2.343Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.132Subject Sample 03:30

1.500Breath Volume 03:30

0.000Air Blank 03:30

0.081Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 03/01/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:0302/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:17

HILLSBOROUGH CO SO

BAAR,J

08/05/2022

18220080A2

TAMPA PD

MASON,FRANCESCA,M

DICKERSON

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.080Control Test 01:09

0.000Air Blank 01:09

# 1 0.235Subject Sample 01:10

2.648Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:12

# 2 0.222Subject Sample 01:13

1.699Breath Volume 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:15

Data Download Date/Time: 03/01/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5502/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:19

HILLSBOROUGH CO SO

BAAR,J

08/05/2022

18220080A2

TAMPA PD

PEQUIGNOT,KYLIE,C

VALDES

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

# 1 0.130Subject Sample 03:16

2.312Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.126Subject Sample 03:19

1.664Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 03/01/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:4602/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:55

HILLSBOROUGH CO SO

BAILEY,D

08/05/2022

18220080A2

TAMPA PD

PEQUIGNOT,KYLIE,C

CARWELL

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.080Control Test 04:50

0.000Air Blank 04:51

# 1 0.187Subject Sample 04:52

1.386Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.188Subject Sample 04:56

1.289Breath Volume 04:56

0.000Air Blank 04:56

0.079Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:5402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:19

HILLSBOROUGH CO SO

BAAR,J

08/05/2022

18220080A2

TAMPA PD

DENDY,HALEY,M

BOWDEN

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:02

# 1 0.133Subject Sample 21:02

1.734Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.124Subject Sample 21:06

1.316Breath Volume 21:06

0.000Air Blank 21:07

0.079Control Test 21:07

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:2502/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:13

HILLSBOROUGH CO SO

DRISCOLL,B

08/05/2022

18220080A2

HILLSBOROUGH CO SO

LONEY,ANIA,L

BOYD

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:16

# 1 0.100Subject Sample 05:17

2.343Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.098Subject Sample 05:20

2.593Breath Volume 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:2402/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:08

17:11

HILLSBOROUGH CO SO

GARRELL,Q

08/05/2022

18220080A2

PLANT CITY PD

BARR,BARBARA,H

SCHELLER

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:28

0.000Air Blank 18:29

0.079Control Test 18:29

0.000Air Blank 18:30

# 1 0.147Subject Sample 18:31

1.468Breath Volume 18:31

0.000Air Blank 18:31

0.000Air Blank 18:33

# 2 0.146Subject Sample 18:33

1.152Breath Volume 18:33

0.000Air Blank 18:34

0.078Control Test 18:34

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:2102/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:37

HILLSBOROUGH CO SO

HALL,L

08/05/2022

18220080A2

HILLSBOROUGH CO SO

LONEY,ANIA,L

VELEZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

# 1 0.161Subject Sample 00:22

2.953Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.166Subject Sample 00:25

2.679Breath Volume 00:25

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4202/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:30

HILLSBOROUGH CO SO

DRISCOLL,B

08/05/2022

18220080A2

HILLSBOROUGH CO SO

LONEY,ANIA,L

EVANS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.126Subject Sample 02:24 Volume Not Met

0.187Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.142Subject Sample 02:30 Volume Not Met

0.066Breath Volume 02:30

0.000Air Blank 02:30

0.078Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:1402/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

01:39

HILLSBOROUGH CO SO

RODRIGUEZ,D

08/05/2022

18220080A2

HILLSBOROUGH CO SO

MONTGOMERY,ALECIA,L

RANKA

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.079Control Test 02:57

0.000Air Blank 02:57

# 1 0.189Subject Sample 03:00

2.207Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.174Subject Sample 03:04

1.453Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:31:0302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:05

05:29

HILLSBOROUGH CO SO

GARNER,W

08/05/2022

18220080A2

HILLSBOROUGH CO SO

DAIL,JULIE,A

ZEGARRA PUSCAN

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:25

0.000Air Blank 06:25

0.080Control Test 06:25

0.000Air Blank 06:26

# 1 0.167Subject Sample 06:26

2.769Breath Volume 06:26

0.000Air Blank 06:27

0.000Air Blank 06:29

# 2 0.154Subject Sample 06:29

2.000Breath Volume 06:29

0.000Air Blank 06:30

0.079Control Test 06:30

0.000Air Blank 06:30

OKDiagnostics Check 06:31

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2602/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:30

HILLSBOROUGH CO SO

BLANCHARD,J

08/05/2022

18220080A2

TAMPA PD

DENDY,HALEY,M

SALVATIERRA PEDRAZA

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1 0.215Subject Sample 00:26

2.125Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.204Subject Sample 00:29

1.796Breath Volume 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:3002/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:56

HILLSBOROUGH CO SO

BADEN,T

08/05/2022

18220080A2

TAMPA PD

MONTGOMERY,ALECIA,L

COPNER

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.080Control Test 01:54

0.000Air Blank 01:54

# 1 0.191Subject Sample 01:55

1.214Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.195Subject Sample 01:59

1.992Breath Volume 01:59

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:3202/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:01

HILLSBOROUGH CO SO

ANDREWS,S

08/05/2022

18220080A2

HILLSBOROUGH CO SO

MASON,FRANCESCA,M

CHISHOLM

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

# 1 0.253Subject Sample 23:52

1.894Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:54

# 2 0.266Subject Sample 23:56

2.281Breath Volume 23:56

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

00:49

HILLSBOROUGH CO SO

RIVERA,M

08/05/2022

18220080A2

HILLSBOROUGH CO SO

PEQUIGNOT,KYLIE,C

DIAZ GOMEZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.080Control Test 01:48

0.000Air Blank 01:48

# 1 0.220Subject Sample 01:49

1.500Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.232Subject Sample 01:52

1.835Breath Volume 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:2802/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:06

HILLSBOROUGH CO SO

SNAGGS,S

08/05/2022

18220080A2

TAMPA PD

MASON,FRANCESCA,M

HUERTAS DIAZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:03

# 1 0.156Subject Sample 02:04

1.242Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.160Subject Sample 02:07

1.351Breath Volume 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:3002/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:54

HILLSBOROUGH CO SO

KLENOFSKY,A

08/05/2022

18220080A2

HILLSBOROUGH CO SO

PEQUIGNOT,KYLIE,C

SANMUGANATHAN

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.080Control Test 23:03

0.000Air Blank 23:03

# 1 0.195Subject Sample 23:05

1.562Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.187Subject Sample 23:09

1.808Breath Volume 23:09

0.000Air Blank 23:09

0.079Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 03/01/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:3902/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:16

HILLSBOROUGH CO SO

LYON,M

08/05/2022

18220080A2

TAMPA PD

MASON,FRANCESCA,M

PICCIARELLI

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

# 1 0.148Subject Sample 03:16

1.882Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.145Subject Sample 03:19

1.609Breath Volume 03:19

0.000Air Blank 03:19

0.080Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 03/01/2021 11:13

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:17:5002/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:25

10:05

Cape Coral PD

SCARLATO,FRANK

09/05/2022

20520080A1

Cape Coral PD

AMATO,MARK,P

WALKER

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:11

0.000Air Blank 11:11

0.080Control Test 11:12

0.000Air Blank 11:12

# 1 0.050Subject Sample 11:13

4.628Breath Volume 11:13

0.000Air Blank 11:13

0.000Air Blank 11:15

# 2 0.049Subject Sample 11:16

4.488Breath Volume 11:16

0.000Air Blank 11:16

0.081Control Test 11:17

0.000Air Blank 11:17

OKDiagnostics Check 11:17

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:1502/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:11

Cape Coral PD

MARTINI,RYAN

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

BRAMLETT

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.116Subject Sample 00:54

2.304Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.113Subject Sample 00:57

2.027Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:1502/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:46

Cape Coral PD

MARTINI,RYAN

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

FAGAN

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.164Subject Sample 01:39

1.414Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.173Subject Sample 01:42

1.976Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:5802/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:25

Cape Coral PD

MYERS,JUSTIN

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

JOHNSON

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.080Control Test 21:16

0.000Air Blank 21:17

# 1Subject Sample 21:20 No Sample Provided

0.000Breath Volume 21:20

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.115Subject Sample 21:25

1.667Breath Volume 21:25

0.000Air Blank 21:25

0.000Air Blank 21:27

# 3 0.128Subject Sample 21:28

2.281Breath Volume 21:28

0.000Air Blank 21:29

0.078Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:0602/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

19:48

Cape Coral PD

RIOS,DAVIS

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

LUKAS

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:37

# 1 0.000Subject Sample 21:37

2.417Breath Volume 21:37

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.000Subject Sample 21:40

2.386Breath Volume 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:2302/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:15

Cape Coral PD

MARTINI,RYAN

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

DIAZ ALVAREZ

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.081Control Test 22:53

0.000Air Blank 22:53

# 1 0.000Subject Sample 22:54

1.734Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.000Subject Sample 22:57

1.101Breath Volume 22:57

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:1502/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:19

Cape Coral PD

COLWELL,CHASE

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,U

MULLER

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

# 1 0.313Subject Sample 23:09

1.804Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:11

# 2 0.339Subject Sample 23:14

1.726Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 3 0.325Subject Sample 23:18

2.460Breath Volume 23:18

0.000Air Blank 23:19

0.078Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0802/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:05

Cape Coral PD

CHINKEL,MATTHEW

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

JEFFCOAT

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.103Subject Sample 03:02

2.492Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.101Subject Sample 03:05

2.171Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:2202/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:57

Cape Coral PD

CAPLE,JENNIFER

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

WASSEL

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:42

# 1 0.000Subject Sample 22:43

2.589Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.000Subject Sample 22:46

2.343Breath Volume 22:46

0.000Air Blank 22:46

0.082Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:20

Cape Coral PD

COLWELL,CHASE

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,U

ROBERTS

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:03

# 1 0.179Subject Sample 02:04

3.488Breath Volume 02:04

0.000Air Blank 02:05

Air Blank 02:06 RFI Detect

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:4502/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:20

Cape Coral PD

COLWELL,CHASE

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,U

ROBERTS

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.080Control Test 02:12

0.000Air Blank 02:12

# 1 0.182Subject Sample 02:13

3.156Breath Volume 02:13

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.177Subject Sample 02:16

3.281Breath Volume 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:5902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:56

Cape Coral PD

CARROLL,JILLIAN

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,

FOX

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1 0.112Subject Sample 02:44

4.226Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.110Subject Sample 02:47

3.332Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:2202/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:19

Cape Coral PD

MYERS,JUSTIN

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

BARRERA MIRANDA

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

# 1 0.161Subject Sample 04:02 Volume Not Met

0.000Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.159Subject Sample 04:06

1.656Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 3 0.155Subject Sample 04:11 Volume Not Met

0.117Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5402/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:19

Cape Coral PD

MYERS,JUSTIN

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

BARRERA MIRANDA

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

# 1 0.150Subject Sample 04:17

1.320Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.122Subject Sample 04:22 Volume Not Met

0.507Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 3 0.158Subject Sample 04:28 Volume Not Met

1.171Breath Volume 04:28

0.000Air Blank 04:28

0.079Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:2002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:17

Cape Coral PD

NEWTON,JENNA

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

SIUDA

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.079Control Test 04:35

0.000Air Blank 04:36

# 1 0.076Subject Sample 04:36

2.500Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.075Subject Sample 04:39

2.527Breath Volume 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:5102/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:40

Cape Coral PD

RIOS,DAVIS

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

SCHEURICH

02/16/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

# 1 0.180Subject Sample 05:24

3.679Breath Volume 05:24

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.187Subject Sample 05:27

3.652Breath Volume 05:27

0.000Air Blank 05:27

0.080Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 03/03/2021 09:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2502/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

04:07

Sarasota County SO

SANDERS,DEPUTY J.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

JONES

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:41

# 1 0.126Subject Sample 04:42

1.414Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.138Subject Sample 04:48 Volume Not Met

0.070Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 3 0.137Subject Sample 04:51

2.531Breath Volume 04:51

0.000Air Blank 04:52

0.077Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:3302/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:57

Sarasota County SO

SANDERS,DEPUTY J.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

VIA

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

# 1 0.000Subject Sample 00:57

3.886Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.000Subject Sample 01:00

3.992Breath Volume 01:00

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5102/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

04:01

Sarasota County SO

WATSON,D

08/05/2021

17919080A2

Sarasota County SO

WATSON,D,

JALETTE

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

# 1 0.192Subject Sample 04:29

1.820Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:31

# 2 0.188Subject Sample 04:32

1.875Breath Volume 04:32

0.000Air Blank 04:32

0.080Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:4702/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:13

Sarasota County SO

SANDERS,DEPUTY J.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

COLEMAN

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:47

# 1 0.015Subject Sample 04:48

1.835Breath Volume 04:48

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.014Subject Sample 04:51

2.039Breath Volume 04:51

0.000Air Blank 04:51

0.080Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:1902/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:29

Sarasota County SO

MARTIN,KYLE

08/05/2021

17919080A2

Sarasota County SO

MARTIN,DEPUTY,

DUNSTON

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.080Control Test 22:32

0.000Air Blank 22:32

# 1 0.214Subject Sample 22:32

2.234Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.207Subject Sample 22:35

1.652Breath Volume 22:35

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:29:2302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:07

07:00

Sarasota County SO

FRANKS,SIMON

08/05/2021

\

Sarasota County SO

FRANKS,SIMON,A

BURLOCK

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:27

0.000Air Blank 08:27

0.081Control Test 08:28

0.000Air Blank 08:28

08:28 RFI Detect

0.000Air Blank 08:29

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:33:4902/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:07

07:00

Sarasota County SO

FRANKS,SIMON

08/05/2021

17919080A2

Sarasota County SO

FRANKS,SIMON,A

BURLOCK

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:31

0.000Air Blank 08:32

0.080Control Test 08:32

0.000Air Blank 08:33

08:33 RFI Detect

0.000Air Blank 08:33

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:42:5702/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:07

07:00

Sarasota County SO

FRANKS,SIMON

08/05/2021

17919080A2

Sarasota County SO

FRANKS,SIMON,A

BURLOCK

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:36

0.000Air Blank 08:36

0.080Control Test 08:37

0.000Air Blank 08:37

# 1 0.186Subject Sample 08:38

2.453Breath Volume 08:38

0.000Air Blank 08:38

0.000Air Blank 08:40

# 2 0.201Subject Sample 08:41

3.546Breath Volume 08:41

0.000Air Blank 08:42

0.078Control Test 08:42

0.000Air Blank 08:42

OKDiagnostics Check 08:42

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:58:5102/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:22

10:26

Sarasota County SO

CAUFFMAN,NORTH PORT

08/05/2021

17919080A2

North Port PD

GELLER,DEBORAH,A

FRAME

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:52

0.000Air Blank 13:53

0.078Control Test 13:53

0.000Air Blank 13:53

# 1 0.243Subject Sample 13:54

2.839Breath Volume 13:54

0.000Air Blank 13:54

0.000Air Blank 13:56

# 2 0.243Subject Sample 13:57

2.824Breath Volume 13:57

0.000Air Blank 13:57

0.080Control Test 13:58

0.000Air Blank 13:58

OKDiagnostics Check 13:58

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:4202/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:02

Sarasota County SO

WALKER,OFFICER

08/05/2021

17919080A2

FHP Troop F

DIMITROV,OFFICER,

TURNER

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

Air Blank 22:12 RFI Detect

0.000Air Blank 22:12

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:1602/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:02

Sarasota County SO

WALKER,OFFICER

08/05/2021

17919080A2

FHP Troop F

DIMITROV,OFFICER,

TURNER

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

# 1 0.212Subject Sample 22:17

1.402Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.220Subject Sample 22:20

2.113Breath Volume 22:20

0.000Air Blank 22:21

0.078Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:1202/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:39

Sarasota County SO

NELSON,A

08/05/2021

17919080A2

Venice PD

MITCHELL,N,N

ASHLEY

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

# 1 0.179Subject Sample 00:59

1.347Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:01

# 2 0.188Subject Sample 01:02

1.144Breath Volume 01:02

0.000Air Blank 01:03

0.077Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:5302/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:09

Sarasota County SO

ROBERTS,OFFICER

08/05/2021

17919080A2

Sarasota PD

DIMITROV,OFFICER,

PEREZ

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:05

0.081Control Test 05:05

0.000Air Blank 05:06

# 1 0.213Subject Sample 05:06

1.695Breath Volume 05:06

0.000Air Blank 05:07

0.000Air Blank 05:08

# 2 0.217Subject Sample 05:09

3.250Breath Volume 05:09

0.000Air Blank 05:09

0.079Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:2302/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

13:27

Sarasota County SO

TOLER,OFFICER

08/05/2021

17919080A2

Sarasota PD

BILHARDT,DEP,K

STEIN

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.078Control Test 18:34

0.000Air Blank 18:35

# 1 0.000Subject Sample 18:37

2.941Breath Volume 18:37

0.000Air Blank 18:37

0.000Air Blank 18:39

# 2 0.000Subject Sample 18:40

2.957Breath Volume 18:40

0.000Air Blank 18:40

0.076Control Test 18:40

0.000Air Blank 18:41

OKDiagnostics Check 18:41

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5102/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:11

North Port PD

CAMBRIA,STEVEN

08/05/2021

17919080A2

North Port PD

CAMBRIA,STEVEN,J

SEMENOV

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:27

# 1Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:28

0.080Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:5902/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

18:49

Sarasota County SO

ACKLEY,DEP

08/05/2021

17919080A2

Sarasota County SO

ACKLEY,DEP,M

CHRIVIA

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.079Control Test 20:40

0.000Air Blank 20:40

# 1 0.142Subject Sample 20:41

1.582Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.128Subject Sample 20:44

2.027Breath Volume 20:44

0.000Air Blank 20:45

0.079Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:1702/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

17:39

Sarasota County SO

MARTIN,KYLE

08/05/2021

17919080A2

Sarasota County SO

MARTIN,DEPUTY,

BOOKER

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.081Control Test 19:17

0.000Air Blank 19:17

# 1 0.000Subject Sample 19:18

1.695Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.000Subject Sample 19:20

1.765Breath Volume 19:20

0.000Air Blank 19:21

0.080Control Test 19:21

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:3402/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

15:53

Sarasota County SO

FORTUNO,OFFICER

08/05/2021

17919080A2

North Port PD

ANDRADE,DEPUTY,J

BENN

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:46

0.079Control Test 17:46

0.000Air Blank 17:47

# 1 0.124Subject Sample 17:48

4.078Breath Volume 17:48

0.000Air Blank 17:48

0.000Air Blank 17:50

# 2 0.113Subject Sample 17:51

3.210Breath Volume 17:51

0.000Air Blank 17:51

0.077Control Test 17:51

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:1002/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:19

Sarasota County SO

SANDERS,DEPUTY J

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

NUNEZ

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

# 1 0.223Subject Sample 01:58

3.824Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:00

# 2 0.217Subject Sample 02:01

3.902Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4002/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:27

Sarasota County SO

DAVENPORT,DEPUTY

08/05/2021

17919080A2

Sarasota County SO

BURLEY,SHAUN,M

BOLSTER

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:05

# 1 0.159Subject Sample 04:06

2.847Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.156Subject Sample 04:09

3.128Breath Volume 04:09

0.000Air Blank 04:09

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:3502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:43

Sarasota County SO

KLEIN,OFC. B

08/05/2021

17919080A2

North Port PD

MATTHEWS,DEPUTY,

BOGER

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.080Control Test 04:37

0.000Air Blank 04:37

# 1 0.128Subject Sample 04:38

2.542Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.127Subject Sample 04:41

2.792Breath Volume 04:41

0.000Air Blank 04:41

0.077Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4802/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:43

Sarasota County SO

BACON,DEDRICK

08/05/2021

17919080A2

FHP Troop F

SILVA,STEFANIE,M

ALVAREZ

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:46

# 1 0.000Subject Sample 02:47

1.230Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.000Subject Sample 02:50

3.757Breath Volume 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:1402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:10

Sarasota County SO

WATSON,D

08/05/2021

17919080A2

Sarasota County SO

WATSON,D,

PABLO ORTIZ

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

# 1 0.174Subject Sample 03:19

1.460Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.182Subject Sample 03:22

1.324Breath Volume 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:2802/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

17:55

Sarasota County SO

MARTIN,KYLE

08/05/2021

17919080A2

Sarasota County SO

MARTIN,DEPUTY,

LYKINS

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:25

0.080Control Test 19:26

0.000Air Blank 19:26

# 1 0.000Subject Sample 19:27

1.148Breath Volume 19:27

0.000Air Blank 19:27

0.000Air Blank 19:29

# 2 0.000Subject Sample 19:30

1.710Breath Volume 19:30

0.000Air Blank 19:30

0.079Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:1902/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

15:39

Sarasota County SO

GUTIERREZ,OFFICER

08/05/2021

17919080A2

North Port PD

DIMITROV,OFFICER,

TURNER

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.080Control Test 20:40

0.000Air Blank 20:40

# 1 0.142Subject Sample 20:42

1.332Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.136Subject Sample 20:45

1.597Breath Volume 20:45

0.000Air Blank 20:46

0.077Control Test 20:46

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:3102/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

03:21

Sarasota County SO

NELSON,OFFICER

08/05/2021

17919080A2

Venice PD

DIMITROV,OFFICER,

KRACH

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:02

# 1 0.229Subject Sample 05:03

2.753Breath Volume 05:03

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.224Subject Sample 05:05

2.769Breath Volume 05:05

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:1802/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

21:15

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

BELL,D,

PAWLING

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

# 1 0.000Subject Sample 04:02

2.175Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.000Subject Sample 04:04

2.246Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:5602/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

21:35

Sarasota County SO

TRASKA,DEPUTY L.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

ALFONSO

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.080Control Test 22:12

0.000Air Blank 22:13

# 1Subject Sample 22:13 Subject Test Refused

0.000Breath Volume 22:13

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:2002/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:35

Sarasota County SO

TRASKA,DEPUTY L.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

ALFONSO

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.079Control Test 22:22

0.000Air Blank 22:23

# 1 0.107Subject Sample 22:23

2.085Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.104Subject Sample 22:26

1.957Breath Volume 22:26

0.000Air Blank 22:27

0.079Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:5102/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:46

Sarasota County SO

WATSON,D

08/05/2021

17919080A2

Sarasota County SO

WATSON,D,

HOPKINS

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

# 1 0.113Subject Sample 22:43

1.535Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:45

# 2 0.111Subject Sample 22:47

1.496Breath Volume 22:47

0.000Air Blank 22:47

0.079Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5602/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:06

Sarasota County SO

SANDERS,DEPUTY J.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

MONACH

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:12:2902/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:33

15:55

Sarasota County SO

SCHWENK,OFC

08/05/2021

17919080A2

Sarasota PD

FEDOREK,JEFFREY,M

GRENDELL

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:09

0.000Air Blank 17:09

0.080Control Test 17:09

0.000Air Blank 17:10

# 1Subject Sample 17:10 Slope Not Met

2.160Breath Volume 17:10

0.000Air Blank 17:11

0.081Control Test 17:11

0.000Air Blank 17:12

OKDiagnostics Check 17:12

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:0002/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:33

15:55

Sarasota County SO

SCHWENK,OFC

08/05/2021

17919080A2

Sarasota PD

FEDOREK,JEFFREY,M

GRENDELL

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:15

0.000Air Blank 17:15

0.079Control Test 17:16

0.000Air Blank 17:16

# 1Subject Sample 17:16 Slope Not Met

3.410Breath Volume 17:16

Air Blank 17:17 Improper Sample

0.000Air Blank 17:18

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:0902/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:33

13:55

Sarasota County SO

SCHWENK,OFC

08/05/2021

17919080A2

Sarasota PD

FEDOREK,JEFFREY,M

GRENDELL

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:28

0.000Air Blank 17:29

0.073Control Test 17:29 Control Outside Tolerance

0.000Air Blank 17:30

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:4402/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:17

Sarasota County SO

ACKLEY,DEP

08/05/2021

17919080A2

Sarasota County SO

ACKLEY,DEP,M

STONECIPHER

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

# 1 0.097Subject Sample 23:39

1.781Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.093Subject Sample 23:42

1.597Breath Volume 23:42

0.000Air Blank 23:42

0.079Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:3502/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

23:56

Sarasota County SO

BARR,J

08/05/2021

17919080A2

Sarasota County SO

BARR,J,

DOMBROSKI

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

# 1 0.187Subject Sample 01:09

2.398Breath Volume 01:09

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.168Subject Sample 01:12

2.722Breath Volume 01:12

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:20

Sarasota County SO

MARTIN,KYLE

08/05/2021

17919080A2

Sarasota County SO

MARTIN,DEPUTY,

VICKERS

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:26

# 1 0.185Subject Sample 01:27

2.199Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:29

# 2 0.174Subject Sample 01:30

1.835Breath Volume 01:30

0.000Air Blank 01:30

0.078Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:5002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:13

Sarasota County SO

ACKLEY,DEP

08/05/2021

17919080A2

Sarasota County SO

ACKLEY,DEP,M

WALLEY

02/10/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

# 1 0.225Subject Sample 03:12

2.609Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.220Subject Sample 03:15

2.234Breath Volume 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 03/27/2021 11:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.


