
80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:1802/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

03:11

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

NEEDHAM

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.082Control Test 03:34

0.000Air Blank 03:34

# 1 0.238Subject Sample 03:35

3.277Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:37

# 2 0.226Subject Sample 03:38

1.589Breath Volume 03:38

0.000Air Blank 03:39

0.082Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 02/23/2021 11:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:1202/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:53

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

KOWALSKI

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:19

0.000Air Blank 17:20

0.085Control Test 17:20 Interferent Detect

0.000Air Blank 17:21

Data Download Date/Time: 02/23/2021 11:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:24:2102/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:53

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

KOWALSKI

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:23

0.000Air Blank 17:23

0.086Control Test 17:23 Interferent Detect

0.000Air Blank 17:24

Data Download Date/Time: 02/23/2021 11:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:0502/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:53

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

KOWALSKI

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:25

0.000Air Blank 17:26

0.078Control Test 17:26

0.000Air Blank 17:27

# 1 0.028Subject Sample 17:27

2.480Breath Volume 17:27

0.000Air Blank 17:28

0.000Air Blank 17:29

# 2 0.027Subject Sample 17:30

2.285Breath Volume 17:30

0.000Air Blank 17:31

0.081Control Test 17:31

0.000Air Blank 17:32

OKDiagnostics Check 17:32

Data Download Date/Time: 02/23/2021 11:37

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3402/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:23

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

NOLAN

02/23/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

# 1 0.219Subject Sample 01:46

1.871Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.216Subject Sample 01:49

1.726Breath Volume 01:49

0.000Air Blank 01:50

0.082Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 03/23/2021 14:32

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:2802/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:22

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

DELGADO SANCHEZ

02/23/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:47

# 1 0.229Subject Sample 01:47

1.808Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.232Subject Sample 01:50

1.738Breath Volume 01:50

0.000Air Blank 01:51

0.082Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 03/23/2021 14:32

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:4002/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:27

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

ORUM

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:12

# 1 0.152Subject Sample 23:15 Volume Not Met

0.765Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:17

# 2 0.173Subject Sample 23:18

1.492Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:21

# 3 0.181Subject Sample 23:22

1.542Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1802/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:10

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

BELIVEAU

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.080Control Test 01:25

0.000Air Blank 01:25

# 1 0.211Subject Sample 01:26

2.097Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:28

# 2 0.213Subject Sample 01:29

1.839Breath Volume 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1102/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

01:30

Manatee County SO

KELLS,BRANDON

03/19/2022

1111579

Bradenton PD

BIGBY,CHARLES,A

CHETE

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:0202/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:17

Manatee County SO

KELLS,BRANDON

03/19/2022

1111579

Bradenton PD

BIGBY,CHARLES,A

HORTON

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:19

# 1 0.224Subject Sample 01:20

2.039Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.218Subject Sample 01:23

1.605Breath Volume 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:25

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:3302/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:10

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

AVELLANEDA SANTIBANE

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

# 1 0.185Subject Sample 02:38

1.589Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.188Subject Sample 02:40

1.992Breath Volume 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:13:3302/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

06:35

FHP Troop F

CORRAO,M

03/19/2022

1111579

FHP Troop F

TOMBERLIN,KEVIN,W

HEADLAM

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:10

0.000Air Blank 07:11

0.080Control Test 07:11

0.000Air Blank 07:12

# 1Subject Sample 07:12 Subject Test Refused

0.000Breath Volume 07:12

0.000Air Blank 07:12

0.081Control Test 07:12

0.000Air Blank 07:13

OKDiagnostics Check 07:13

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:31:4202/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

07:27

FHP Troop F

TOMBERLIN,KEVIN

03/19/2022

1111579

FHP Troop F

TOMBERLIN,KEVIN,W

HIGHERS

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:25

0.000Air Blank 08:25

0.079Control Test 08:26

0.000Air Blank 08:26

# 1 0.244Subject Sample 08:27

3.628Breath Volume 08:27

0.000Air Blank 08:27

0.000Air Blank 08:29

# 2 0.244Subject Sample 08:30

3.796Breath Volume 08:30

0.000Air Blank 08:30

0.077Control Test 08:31

0.000Air Blank 08:31

OKDiagnostics Check 08:31

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:1002/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:14

Bradenton PD

MENDES,K

03/23/2023

1303107

Bradenton PD

GWODZ,OFC,R

MYERS

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.080Control Test 04:44

0.000Air Blank 04:44

# 1Subject Sample 04:44 Subject Test Refused

0.000Breath Volume 04:44

0.000Air Blank 04:45

0.080Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:3802/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:13

Bradenton PD

GWODZ,OFC

03/28/2023

1303107

Bradenton PD

GWODZ,OFC,R

CAMPOS

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.080Control Test 04:33

0.000Air Blank 04:33

# 1 0.226Subject Sample 04:35

2.792Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.201Subject Sample 04:40

1.433Breath Volume 04:40

Air Blank 04:41 Purge Fail

0.000Air Blank 04:41

Data Download Date/Time: 02/24/2021 09:17

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:4502/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:14

Bradenton PD

GWODZ,OFC

03/23/2023

1303107

Bradenton PD

GWODZ,OFC,R

CAMPOS

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.077Control Test 04:44

0.000Air Blank 04:44

# 1 0.216Subject Sample 04:45

1.347Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.210Subject Sample 04:51 Volume Not Met

0.156Breath Volume 04:51

Air Blank 04:52 Purge Fail

0.000Air Blank 04:52

Data Download Date/Time: 02/24/2021 09:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:0502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:27

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

LEZMA SABABIA

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

# 1 0.235Subject Sample 04:17

2.156Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:19

# 2 0.234Subject Sample 04:20

2.109Breath Volume 04:20

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 02/24/2021 09:18

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:5902/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:20

Hillsborough Co SO

BLANCHARD,J

08/05/2022

18220080A2

Tampa PD

DAIL,JULIE,A

LUCHS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:03

# 1 0.127Subject Sample 03:04

2.078Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.122Subject Sample 03:07

1.261Breath Volume 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 02/22/2021 20:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:30:3602/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:03

13:58

Hillsborough Co SO

KRUTHERS,B

08/05/2022

18220080A2

Hillsborough Co SO

BELL,TIMOTHY,R

BAILEY

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:23

0.000Air Blank 15:23

0.080Control Test 15:24

0.000Air Blank 15:24

# 1 0.318Subject Sample 15:25

4.261Breath Volume 15:25

0.000Air Blank 15:26

0.000Air Blank 15:28

# 2 0.330Subject Sample 15:28

2.378Breath Volume 15:28

0.000Air Blank 15:29

0.080Control Test 15:29

0.000Air Blank 15:30

OKDiagnostics Check 15:30

Data Download Date/Time: 02/22/2021 20:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:1902/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:13

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

GREENLEE,NANCY,J

JENKINS III

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:11

# 1 0.174Subject Sample 00:14 Volume Not Met

0.187Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:16

# 2 0.193Subject Sample 00:18

2.429Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 3 0.193Subject Sample 00:24 Volume Not Met

0.230Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 02/22/2021 20:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:3502/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:13

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

GREENLEE,NANCY,J

JENKINS III

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:30

# 1 0.193Subject Sample 00:31

1.550Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.180Subject Sample 00:36

2.226Breath Volume 00:36

0.000Air Blank 00:37

0.079Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 02/22/2021 20:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:0902/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:36

Hillsborough Co SO

PATRON,A

08/05/2022

18220080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

WILLIAMS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.154Subject Sample 01:24

1.976Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.148Subject Sample 01:27

1.738Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 02/22/2021 20:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3802/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:27

Hillsborough Co SO

BAILEY,D

08/05/2022

18220080A2

Tampa PD

DENDY,HALEY,M

TOVAR TORRES

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

# 1 0.279Subject Sample 00:33

2.789Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.300Subject Sample 00:36

1.277Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 3 0.278Subject Sample 00:39

2.750Breath Volume 00:39

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 02/22/2021 20:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:3802/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:28

Hillsborough Co SO

DRISCOLL,B

08/05/2022

18220080A2

Hillsborough Co SO

GREENLEE,NANCY,J

PEDRYS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.080Control Test 03:32

0.000Air Blank 03:32

# 1 0.011Subject Sample 03:33

1.953Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.011Subject Sample 03:36

1.375Breath Volume 03:36

0.000Air Blank 03:36

0.080Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 02/22/2021 20:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:1302/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:58

Hillsborough Co SO

LYON,M

08/05/2022

18220080A2

Tampa PD

LONEY,ANIA,L

MALLARD

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.081Control Test 21:53

0.000Air Blank 21:54

# 1 0.173Subject Sample 21:55

1.859Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:57

# 2 0.157Subject Sample 21:58

1.285Breath Volume 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4802/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:19

Hillsborough Co SO

RENDON,D

08/05/2022

18220080A2

Hillsborough Co SO

DENDY,HALEY,M

LORENZO

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.080Control Test 22:10

0.000Air Blank 22:10

# 1 0.214Subject Sample 22:12

1.742Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.213Subject Sample 22:15

2.015Breath Volume 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:1502/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:27

17:35

Hillsborough Co SO

SULAIMAN,RAMIN

08/05/2022

18220080A2

FHP Troop C

SIMMONS,ANGELA,V

COLLINS

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:47

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

# 1 0.187Subject Sample 18:51 Volume Not Met

0.109Breath Volume 18:51

0.000Air Blank 18:52

0.000Air Blank 18:54

# 2 0.223Subject Sample 18:55

1.464Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:57

# 3 0.232Subject Sample 18:58

2.316Breath Volume 18:58

0.000Air Blank 18:59

0.078Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:3702/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:42

Hillsborough Co SO

BAILEY,D

08/05/2022

18220080A2

Tampa PD

DAIL,JULIE,A

CONKLIN

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.081Control Test 23:27

0.000Air Blank 23:27

# 1 0.122Subject Sample 23:28

1.507Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.117Subject Sample 23:30

1.621Breath Volume 23:30

0.000Air Blank 23:31

0.081Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:3302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:37

Hillsborough Co SO

FISHER,T

08/05/2022

18220080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

PEREZ PEREZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.080Control Test 00:41

0.000Air Blank 00:41

# 1 0.224Subject Sample 00:43

3.039Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.220Subject Sample 00:45

3.566Breath Volume 00:45

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1102/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:00

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

LONEY,ANIA,L

TRICE

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

# 1 0.105Subject Sample 03:07 Slope Not Level

1.953Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:09

# 2 0.117Subject Sample 03:10

2.058Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:12

# 3 0.106Subject Sample 03:14

1.441Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2702/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:37

Hillsborough Co SO

BURKE,B

08/05/2022

18220080A2

Hillsborough Co SO

DAIL,JULIE,A

VASQUEZ

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

# 1Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:42

Hillsborough Co SO

BRABAND,M

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

SCHAD

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1 0.123Subject Sample 01:37 Volume Not Met

0.281Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 2 0.134Subject Sample 01:41

1.210Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 3 0.129Subject Sample 01:45

1.667Breath Volume 01:45

0.000Air Blank 01:45

0.079Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:1502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:39

Hillsborough Co SO

VAN-TREESE,S

08/05/2022

18220080A2

Tampa PD

PEQUIGNOT,KYLIE,C

HAUFLER

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

# 1 0.248Subject Sample 02:23

2.339Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.231Subject Sample 02:26

1.343Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 02/22/2021 20:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:0302/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:27

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

ANDUJAR

01/11/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

# 1 0.171Subject Sample 04:29

2.382Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:31

# 2 0.182Subject Sample 04:32

1.406Breath Volume 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:34

Data Download Date/Time: 02/22/2021 20:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:3102/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:32

Hillsborough Co SO

SNAGGS,S

08/05/2022

18220080A2

Tampa PD

DENDY,HALEY,M

OJEDA-MARTINEZ

02/16/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.080Control Test 21:29

0.000Air Blank 21:30

# 1 0.000Subject Sample 21:32

1.304Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.000Subject Sample 21:35

1.468Breath Volume 21:35

0.000Air Blank 21:35

0.080Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 02/22/2021 20:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5002/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:58

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

GREENLEE,NANCY,J

WHITE

02/16/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.081Control Test 04:01

0.000Air Blank 04:01

# 1 0.048Subject Sample 04:02

2.417Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:04

# 2 0.049Subject Sample 04:05

2.429Breath Volume 04:05

0.000Air Blank 04:05

0.081Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 02/22/2021 20:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:4002/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:02

Hillsborough Co SO

BAAR,J

08/05/2022

18220080A2

Tampa PD

PEQUIGNOT,KYLIE,C

MARTON IV

02/16/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:44

# 1 0.132Subject Sample 01:47

1.699Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2Subject Sample 01:51 Slope Not Met

1.152Breath Volume 01:51

0.000Air Blank 01:51

0.079Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 02/22/2021 20:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:2802/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:02

Hillsborough Co SO

BAAR,J

08/05/2022

18220080A2

Tampa PD

PEQUIGNOT,KYLIE,C

MARTON IV

02/16/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

# 1 0.134Subject Sample 02:16

2.890Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.121Subject Sample 02:19

1.136Breath Volume 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 02/22/2021 20:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:5402/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:33

Hillsborough Co SO

GONZALEZ,J

08/05/2022

18220080A2

Tampa PD

GREENLEE,NANCY,J

CARABALLO ORTIZ

02/16/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

# 1 0.145Subject Sample 04:42

3.093Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.138Subject Sample 04:45

2.429Breath Volume 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 02/22/2021 20:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:1102/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:10

Hillsborough Co SO

BAAR,J

08/05/2022

18220080A2

Tampa PD

MONTGOMERY,ALECIA,L

MATTHEWS

02/16/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.081Control Test 04:03

0.000Air Blank 04:04

# 1Subject Sample 04:06 Subject Test Refused

0.000Breath Volume 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 03/10/2021 13:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:2502/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

23:55

Flagler County SO

SCHERR,EVAN

10/05/2022

22620080A2

Flagler Beach PD

LONG,JOSHUA,

HARRIS

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.080Control Test 01:13

0.000Air Blank 01:13

# 1 0.148Subject Sample 01:14

2.242Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.135Subject Sample 01:17

1.773Breath Volume 01:17

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 02/26/2021 10:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:47

Flagler County SO

STRACK,ROBERT

10/05/2022

22620080A2

Flagler County SO

STRACK,ROBERT,L

OBOYLE

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

# 1Subject Sample 03:32 No Sample Provided

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.203Subject Sample 03:35

2.726Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 3 0.211Subject Sample 03:38

2.273Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 02/26/2021 10:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5102/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:30

Flagler County SO

SCHERR,E

10/05/2022

22620080A2

Flagler Beach PD

JOHNSON,SHANICE,J

PATEL

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 02/26/2021 10:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:22:3602/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:09

Flagler County SO

FAIRCLOTH,EDWARD

10/05/2022

22620080A2

Flagler County SO

FAIRCLOTH,EDWARD,W

FREER

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:16

0.081Control Test 06:16

0.000Air Blank 06:17

# 1 0.097Subject Sample 06:18

2.605Breath Volume 06:18

0.000Air Blank 06:18

0.000Air Blank 06:20

# 2 0.096Subject Sample 06:21

2.355Breath Volume 06:21

0.000Air Blank 06:21

0.080Control Test 06:22

0.000Air Blank 06:22

OKDiagnostics Check 06:22

Data Download Date/Time: 02/26/2021 10:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:5602/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:39

Flagler County SO

MEEHAN,SHANE

10/05/2022

22620080A2

Flagler County SO

MEEHAN,SHANE,P

AGNONE

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.081Control Test 19:02

0.000Air Blank 19:02

# 1 0.126Subject Sample 19:03

2.046Breath Volume 19:03

0.000Air Blank 19:03

0.000Air Blank 19:05

# 2 0.122Subject Sample 19:06

1.582Breath Volume 19:06

0.000Air Blank 19:06

0.081Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 02/26/2021 10:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4102/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:38

Flagler County SO

CAPELA,JORDAN

10/05/2022

22620080A2

FHP Troop G

JOHNSON,SHANICE,J

FUSELIER

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1 0.056Subject Sample 01:17

3.800Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.056Subject Sample 01:21

3.085Breath Volume 01:21

0.000Air Blank 01:21

0.080Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 02/26/2021 10:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3302/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:13

Flagler County SO

BARNETT,JOSPEH

10/05/2022

22620080A2

Flagler County SO

JOHNSON,SHANICE,J

SMITH

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:38

# 1Subject Sample 02:39 Subject Test Refused

0.000Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 02/26/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:3202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:17

Flagler County SO

SCHERR,E

10/05/2022

22620080A2

Flagler Beach PD

JOHNSON,SHANICE,J

DAVIDSON

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.078Control Test 21:18

0.000Air Blank 21:18

# 1 0.205Subject Sample 21:18

2.617Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.211Subject Sample 21:21

1.781Breath Volume 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 02/26/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5102/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:23

Flagler County SO

SCHERR,E

10/05/2022

22620080A2

Flagler Beach PD

JOHNSON,SHANICE,J

GORE

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.181Subject Sample 02:17

2.292Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.192Subject Sample 02:20

1.890Breath Volume 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 02/26/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5102/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:30

Flagler County SO

PARKER,CARL

10/05/2022

22620080A2

Flagler County SO

PARKER,CARL,L

VERDONE

01/27/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

# 1 0.104Subject Sample 01:28

2.097Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.103Subject Sample 01:31

1.765Breath Volume 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 02/26/2021 10:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:03:4302/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:48

Flagler County SO

GREEN,SETH

10/05/2022

22620080A2

Flagler County SO

KOTOWSKI,PHILIP,P

HOECHERL

02/26/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:56

0.000Air Blank 17:57

0.080Control Test 17:57

0.000Air Blank 17:58

# 1 0.312Subject Sample 17:58

1.488Breath Volume 17:58

0.000Air Blank 17:59

0.000Air Blank 18:01

# 2 0.306Subject Sample 18:02

1.253Breath Volume 18:02

0.000Air Blank 18:02

0.079Control Test 18:03

0.000Air Blank 18:03

OKDiagnostics Check 18:03

Data Download Date/Time: 04/02/2021 09:33

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1302/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:39

Flagler County SO

MALTA,D

10/05/2022

22620080A2

Flagler County SO

MEYER,JEFFREY,D

SPARROW

02/26/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:06

# 1 0.199Subject Sample 22:07

1.992Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:09

# 2 0.201Subject Sample 22:10

3.109Breath Volume 22:10

0.000Air Blank 22:11

0.078Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 04/02/2021 09:33

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:1902/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:28

Flagler County SO

NGUYEN,C

10/05/2022

22620080A2

Flagler County SO

MEYER,JEFFREY,D

WORSFOLD

02/26/2021

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.079Control Test 22:46

0.000Air Blank 22:47

# 1 0.204Subject Sample 22:48

1.937Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.203Subject Sample 22:51

1.351Breath Volume 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

Air Blank 22:52 RFI Detect

0.000Air Blank 22:53

Data Download Date/Time: 04/02/2021 09:33

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:0102/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

14:17

Boca Raton PD

VAN CAMP,JEFFREY

10/05/2021

22419080A3

Boca Raton PD

PAPIA,AMIE,H

BACHMANN

01/28/2021

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:04

0.000Air Blank 15:04

0.079Control Test 15:05

0.000Air Blank 15:05

# 1 0.000Subject Sample 15:06

3.964Breath Volume 15:06

0.000Air Blank 15:06

0.000Air Blank 15:08

# 2 0.000Subject Sample 15:09

4.652Breath Volume 15:09

0.000Air Blank 15:10

0.078Control Test 15:10

0.000Air Blank 15:10

OKDiagnostics Check 15:11

Data Download Date/Time: 02/26/2021 15:50

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:4502/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:36

FHP TROOP E

IGLESIAS,JORGE

03/27/2022

1114319

FHP TROOP E

SANCHEZ,JUSTIN,A

VILLAREYNA ARAGON

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:29

# 1 0.123Subject Sample 22:33 Slope Not Level

1.566Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:35

# 2 0.133Subject Sample 22:37

1.957Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 3 0.129Subject Sample 22:41

1.621Breath Volume 22:41

0.000Air Blank 22:41

0.078Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 02/05/2021 04:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:2502/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:57

15:17

FHP TROOP E

OCNER,WILLIAM

03/27/2022

1114319

MIAMI-DADE PD

VAZQUEZ,CHARLES,E

DAVILA

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:25

0.082Control Test 18:25

0.000Air Blank 18:26

# 1 0.219Subject Sample 18:26

1.175Breath Volume 18:26

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.215Subject Sample 18:30

2.171Breath Volume 18:30

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:4102/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

22:15

FHP TROOP E

ROMERO,OMAR

03/27/2022

1114319

FHP TROOP E

ROMERO,OMAR,E

IGLESIAS

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.082Control Test 23:27

0.000Air Blank 23:27

# 1 0.153Subject Sample 23:28

2.933Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.152Subject Sample 23:31

3.039Breath Volume 23:31

0.000Air Blank 23:31

0.082Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:49

MIAMI-DADE PD

ROBLEDO,MIGUEL

03/27/2022

1114319

MIAMI-DADE PD

ROBLEDO,MIGUEL,A

GREEN

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.081Control Test 03:08

0.000Air Blank 03:08

# 1Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:09

0.082Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:30:1302/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:23

FHP TROOP E

CASTILLO,CARLOS

03/27/2022

1114319

FHP TROOP E

CASTILLO,CARLOS,M

SERRANO

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:23

0.000Air Blank 16:24

0.081Control Test 16:24

0.000Air Blank 16:25

# 1 0.247Subject Sample 16:25

2.753Breath Volume 16:25

0.000Air Blank 16:26

0.000Air Blank 16:28

# 2 0.255Subject Sample 16:28

2.816Breath Volume 16:28

0.000Air Blank 16:29

0.080Control Test 16:29

0.000Air Blank 16:30

OKDiagnostics Check 16:30

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

12:11

FHP TROOP E

JOSEPH,JEAN

03/27/2022

1114319

FHP TROOP E

HOLLAND,DENNIS,T

MEJIA

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:10

# 1Subject Sample 01:12 Subject Test Refused

0.000Breath Volume 01:12

0.000Air Blank 01:12

0.081Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:35:0502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:02

08:06

FHP TROOP E

COLE,DENNIS

03/27/2022

1114319

FHP TROOP E

COLE,DENNIS,A

NOGUERA

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:23

0.000Air Blank 09:24

0.081Control Test 09:24

0.000Air Blank 09:25

# 1 0.203Subject Sample 09:26

2.753Breath Volume 09:26

0.000Air Blank 09:27

0.000Air Blank 09:29

# 2 0.181Subject Sample 09:30

1.351Breath Volume 09:30

0.000Air Blank 09:31

0.000Air Blank 09:32

# 3 0.184Subject Sample 09:33

1.867Breath Volume 09:33

0.000Air Blank 09:34

0.078Control Test 09:34

0.000Air Blank 09:34

OKDiagnostics Check 09:35

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:5802/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:10

FHP TROOP E

JOSEPH,JEAN

03/27/2022

1114319

FHP TROOP E

HOLLAND,DENNIS,T

HERNANDEZ

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:47

# 1 0.139Subject Sample 00:47

2.664Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.138Subject Sample 00:51

1.914Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4902/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:36

FHP TROOP E

BROWER,RYAN

03/27/2022

1114319

MICCOSUKEE PD

BLANDON,ERICK,A

LEVY

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:21

0.000Air Blank 01:21

# 1 0.103Subject Sample 01:22

3.210Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.105Subject Sample 01:25

3.582Breath Volume 01:25

0.000Air Blank 01:25

0.079Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:0002/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:20

FHP TROOP E

CARTER,MOSEL

03/27/2022

1114319

FHP TROOP E

KEMP,TREVOR,D

TOSTE GOMEZ

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

# 1 0.098Subject Sample 21:50 Volume Not Met

0.101Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:52

# 2Subject Sample 21:54 Subject Test Refused

0.031Breath Volume 21:54

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:56

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:4602/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:57

FHP TROOP E

ALVAREZ,MIGUEL

03/27/2022

1114319

FHP TROOP E

ALVAREZ,MIGUEL,

EVANS

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:52

# 1 0.177Subject Sample 22:55 Volume Not Met

0.265Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.182Subject Sample 22:59

2.457Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 3 0.179Subject Sample 23:03

1.453Breath Volume 23:03

0.000Air Blank 23:03

0.080Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4002/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:16

OTHER LOCAL

LALANE,LYNN

03/27/2022

1114319

FHP TROOP E

MELENDEZ-BONILLA,RONALD,

FANNING

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.081Control Test 04:29

0.000Air Blank 04:29

# 1Subject Sample 04:30 Subject Test Refused

0.000Breath Volume 04:30

0.000Air Blank 04:30

0.081Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:3702/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:39

HIALEAH GARDENS PD

HUERTA,EDWIN

03/27/2022

1114319

HIALEAH GARDENS PD

HUERTA,EDWIN,

CUESTA ACOSTA

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.081Control Test 04:46

0.000Air Blank 04:46

# 1Subject Sample 04:49 Subject Test Refused

0.000Breath Volume 04:49

0.000Air Blank 04:49

0.082Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:4502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

05:34

FHP TROOP K

ESTEVEZ,BRYAN

03/27/2022

1114319

FHP TROOP K

ESTEVEZ,BRYAN,

REYNOSO PEREZ

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:43

0.000Air Blank 06:43

0.082Control Test 06:44

0.000Air Blank 06:44

# 1 0.206Subject Sample 06:45

1.644Breath Volume 06:45

0.000Air Blank 06:45

0.000Air Blank 06:47

# 2 0.208Subject Sample 06:48

3.781Breath Volume 06:48

0.000Air Blank 06:48

0.081Control Test 06:49

0.000Air Blank 06:49

OKDiagnostics Check 06:49

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:23:1402/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:55

15:30

FHP TROOP E

ALVAREZ,MIGUEL

03/27/2022

1114319

FHP TROOP E

ALVAREZ,MIGUEL,

INFANTE

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:16

0.000Air Blank 16:17

0.082Control Test 16:17

0.000Air Blank 16:18

# 1 0.000Subject Sample 16:18

3.925Breath Volume 16:18

0.000Air Blank 16:19

0.000Air Blank 16:21

# 2 0.000Subject Sample 16:21

4.019Breath Volume 16:21

0.000Air Blank 16:22

0.082Control Test 16:22

0.000Air Blank 16:23

OKDiagnostics Check 16:23

Data Download Date/Time: 04/05/2021 00:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:07

OTHER LOCAL

COSCULUELA,BRYAN

03/27/2022

1114319

OTHER LOCAL

COSCULLUELA,BRYAN,M

GUTIERREZ

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.082Control Test 02:08

0.000Air Blank 02:09

# 1 0.209Subject Sample 02:10

2.035Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.212Subject Sample 02:13

3.363Breath Volume 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 04/05/2021 00:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:3402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:46

FHP TROOP E

CASTILLO,CARLOS

03/27/2022

1114319

FHP TROOP E

CASTILLO,CARLOS,M

JIMENEZ ROQUE

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.082Control Test 05:36

0.000Air Blank 05:36

# 1 0.201Subject Sample 05:38

2.070Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:40

# 2 0.193Subject Sample 05:41

1.859Breath Volume 05:41

0.000Air Blank 05:42

0.079Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 04/05/2021 00:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:2702/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

23:00

HIALEAH GARDENS PD

HUERTA,EDWIN

03/27/2022

1114319

HIALEAH GARDENS PD

HUERTA,EDWIN,

B420420723780

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.079Control Test 23:51

0.000Air Blank 23:51

# 1 0.136Subject Sample 23:53

2.089Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:55

# 2 0.135Subject Sample 23:56

1.625Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 04/05/2021 00:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4602/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:35

FHP TROOP E

ROSARIO,MICHAEL

03/27/2022

1114319

FHP TROOP E

ROSARIO,MICHAEL,D

FLORES CASTRILLO

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

# 1 0.158Subject Sample 04:31

1.296Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2Subject Sample 04:34 Subject Test Refused

0.000Breath Volume 04:34

0.000Air Blank 04:34

0.081Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 04/05/2021 00:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:0202/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:22

FHP TROOP E

HUNT,JORDAN

03/27/2022

1114319

MIAMI-DADE PD

ALBO,JOSHUA,D

GONZALEZ

02/01/2021

8100.27

FHP TRP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:16

0.081Control Test 21:16

0.000Air Blank 21:17

# 1 0.169Subject Sample 21:17

2.015Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.170Subject Sample 21:20

2.347Breath Volume 21:20

0.000Air Blank 21:21

0.081Control Test 21:21

0.000Air Blank 21:21

OKDiagnostics Check 21:22

Data Download Date/Time: 04/05/2021 00:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:0402/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:29

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

RAMIREZ-MOJICA

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.079Control Test 20:17

0.000Air Blank 20:17

# 1 0.246Subject Sample 20:18

2.601Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:20

# 2 0.251Subject Sample 20:21

2.625Breath Volume 20:21

0.000Air Blank 20:22

0.078Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:23

Data Download Date/Time: 02/24/2021 09:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0902/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:03

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

ULIN

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

# 1 0.096Subject Sample 01:49

2.492Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.096Subject Sample 01:52

2.457Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 02/24/2021 09:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1902/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:47

FHP Troop F

GONZALEZ,JOEL

03/28/2023

1303107

FHP Troop F

VAUGHT,JAMES,C

RUIZ DEL VIZO

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.253Subject Sample 01:22

2.703Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.249Subject Sample 01:25

2.406Breath Volume 01:25

0.000Air Blank 01:26

0.075Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 02/24/2021 09:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:2702/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:20

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

DOOM

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.079Control Test 22:20

0.000Air Blank 22:20

# 1 0.000Subject Sample 22:21

3.097Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.000Subject Sample 22:24

2.796Breath Volume 22:24

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 02/24/2021 09:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:1402/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:59

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

HOFFMAN

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.079Control Test 23:43

0.000Air Blank 23:43

# 1Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 02/24/2021 09:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3302/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:17

Manatee County SO

PAAVILAINEN,JOSEPH

03/28/2023

1303107

Manatee County SO

PAAVILAINEN,JOSEPH,D

LOPEZ MARTINEZ

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.078Control Test 02:31

0.000Air Blank 02:32

# 1 0.132Subject Sample 02:32

2.335Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.132Subject Sample 02:35

2.343Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 02/24/2021 09:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:5502/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:54

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

VERGARA

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:52

# 1 0.215Subject Sample 03:54

1.296Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.204Subject Sample 03:58

1.660Breath Volume 03:58

0.000Air Blank 03:58

0.076Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 02/24/2021 09:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2602/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

23:51

Manatee County SO

PAAVILAINEN,JOSEPH

03/28/2023

1303107

Manatee County SO

PAAVILAINEN,JOSEPH,D

RAMIREZ SALAS

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1 0.192Subject Sample 01:27

1.414Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.191Subject Sample 01:30

1.230Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 02/24/2021 09:23

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0902/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:33

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

ST CLAIR

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

# 1 0.136Subject Sample 03:18

2.671Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:20

# 2 0.131Subject Sample 03:21

2.457Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 02/24/2021 09:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5002/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:50

Manatee County SO

PAAVILAINEN,JOSEPH

03/28/2023

1303107

Manatee County SO

PAAVILAINEN,JOSEPH,D

MONSIVAIS

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

# 1 0.187Subject Sample 01:54

1.355Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.168Subject Sample 01:58

1.800Breath Volume 01:58

0.000Air Blank 01:58

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 02/24/2021 09:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:5202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:09

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

CRAIG

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

# 1 0.177Subject Sample 01:45

1.937Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.170Subject Sample 01:48

1.355Breath Volume 01:48

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 02/24/2021 09:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3902/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:06

Manatee County SO

KELLS,BRANDON

03/28/2023

1303107

Bradenton PD

BIGBY,CHARLES,A

ROY

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.258Subject Sample 03:02

1.414Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.262Subject Sample 03:05

1.886Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 02/24/2021 09:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:5202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:53

Manatee County SO

PAAVILAINEN,JOSEPH

03/28/2023

1303107

Manatee County SO

PAAVILAINEN,JOSEPH,D

ORTA ORTIZ

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.234Subject Sample 03:03

3.851Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:05

# 2 0.223Subject Sample 03:06

3.136Breath Volume 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 02/24/2021 09:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2102/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:33

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

ALARCON SANCHEZ

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.060Subject Sample 03:32

2.152Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.057Subject Sample 03:35

2.046Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 02/24/2021 09:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0502/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:56

Manatee County SO

BIGBY,CHARLES

03/28/2023

1303107

Manatee County SO

BIGBY,CHARLES,A

SALAS-GARCIA

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

# 1 0.264Subject Sample 22:51

1.546Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:53

# 2 0.248Subject Sample 22:54

1.929Breath Volume 22:54

0.000Air Blank 22:55

0.078Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 02/24/2021 09:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:3402/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:33

Manatee County SO

TERRERO,FRAICOR

03/28/2023

1303107

Manatee County SO

TERRERO,FRAICOR,

MCCANTS

01/25/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

# 1 0.148Subject Sample 00:30

1.109Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:32

# 2 0.140Subject Sample 00:33

1.796Breath Volume 00:33

0.000Air Blank 00:34

0.079Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 02/24/2021 09:24

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:1602/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:50

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

PADRO MATOS

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:12

0.083Control Test 22:12

0.000Air Blank 22:13

# 1 0.180Subject Sample 22:14

1.996Breath Volume 22:14

Air Blank 22:14 Purge Fail

0.000Air Blank 22:15

Data Download Date/Time: 02/23/2021 09:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:2602/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:50

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

PADRO MATOS

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:18

# 1 0.171Subject Sample 22:18

1.386Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.174Subject Sample 22:21

1.804Breath Volume 22:21

0.000Air Blank 22:22

0.082Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 02/23/2021 09:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:4402/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:45

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

SUAREZ JR

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.086Control Test 02:06 Control Outside Tolerance

0.000Air Blank 02:06

Data Download Date/Time: 02/23/2021 09:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:1802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:45

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

SUAREZ JR

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.083Control Test 02:08

0.000Air Blank 02:09

# 1 0.143Subject Sample 02:09

2.402Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.143Subject Sample 02:12

3.035Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 02/23/2021 09:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:5202/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:12

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

VARGAS LOPEZ

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:33

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:34

# 1 0.105Subject Sample 19:35

1.535Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:37

# 2 0.100Subject Sample 19:38

1.269Breath Volume 19:38

0.000Air Blank 19:38

0.079Control Test 19:39

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 02/23/2021 09:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:2602/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:49

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

HERNANDEZ

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

# 1 0.192Subject Sample 01:14

3.406Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.185Subject Sample 01:17

3.406Breath Volume 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 02/23/2021 09:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:0502/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:10

Manatee County SO

VANOVER,ANDREW

03/28/2023

1303107

Manatee County SO

VANOVER,ANDREW,P

WOMACK JR

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:15

0.082Control Test 18:15

0.000Air Blank 18:15

# 1 0.260Subject Sample 18:16

1.488Breath Volume 18:16

0.000Air Blank 18:17

0.000Air Blank 18:18

# 2 0.238Subject Sample 18:19

1.875Breath Volume 18:19

0.000Air Blank 18:20

0.000Air Blank 18:21

# 3 0.245Subject Sample 18:22

1.855Breath Volume 18:22

0.000Air Blank 18:23

0.079Control Test 18:23

0.000Air Blank 18:23

OKDiagnostics Check 18:24

Data Download Date/Time: 02/23/2021 09:45

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006692CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:0402/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:17

Holmes Beach PD

HURT,ALEXANDER

08/02/2022

1175970

Holmes Beach PD

HURT,ALEXANDER,C

COOLAHAN

02/19/2021

8100.27

HOLMES BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.077Control Test 23:46

0.000Air Blank 23:47

# 1 0.341Subject Sample 23:47

2.097Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.339Subject Sample 23:50

2.718Breath Volume 23:50

0.000Air Blank 23:51

0.075Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:52

Data Download Date/Time: 03/16/2021 10:46

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:4602/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

17:45

Monroe County SO

GILROY,ZACHARY

12/11/2021

1060911

Monroe County SO

WATKINS,MICHAEL,W

GREW

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.080Control Test 19:39

0.000Air Blank 19:40

# 1 0.181Subject Sample 19:41

1.855Breath Volume 19:41

0.000Air Blank 19:41

0.000Air Blank 19:43

# 2 0.190Subject Sample 19:44

1.257Breath Volume 19:44

0.000Air Blank 19:44

0.080Control Test 19:45

0.000Air Blank 19:45

OKDiagnostics Check 19:45

Data Download Date/Time: 03/03/2021 16:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0702/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:53

Monroe County SO

WAITE,KENNETH

08/03/2023

1356262

Key West PD

FIERRO,ALEXANDER,D

MORACE

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

# 1 0.172Subject Sample 00:23 Volume Not Met

0.152Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.189Subject Sample 00:26 No .020 agreement

2.027Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 3 0.233Subject Sample 00:30 No .020 agreement

2.765Breath Volume 00:30

0.000Air Blank 00:31

0.078Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 03/03/2021 16:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:3902/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:53

Monroe County SO

WAITE,KENNETH

08/03/2023

1356262

Key West PD

FIERRO,ALEXANDER,D

MORACE

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.078Control Test 00:36

0.000Air Blank 00:36

# 1 0.198Subject Sample 00:37

1.503Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:39

# 2 0.215Subject Sample 00:40

2.695Breath Volume 00:40

0.000Air Blank 00:41

0.078Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 03/03/2021 16:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:4202/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

18:46

Monroe County SO

WHITE,BRANDON

08/03/2023

1356262

Monroe County SO

ALLEN,JOHN,M

MUNDY

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:29

0.000Air Blank 20:29

0.080Control Test 20:30

0.000Air Blank 20:30

# 1 0.247Subject Sample 20:33 Volume Not Met

0.515Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2 0.248Subject Sample 20:37

1.683Breath Volume 20:37

0.000Air Blank 20:38

0.000Air Blank 20:39

# 3 0.221Subject Sample 20:42 Volume Not Met

0.812Breath Volume 20:42

0.000Air Blank 20:43

0.077Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 03/03/2021 16:07

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4902/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:49

Key West PD

HOLT,JENNIFER

08/03/2023

1356262

Key West PD

HUDSON,ANDREW,J

HARRISON

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1 0.092Subject Sample 02:43

2.035Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.091Subject Sample 02:46

2.304Breath Volume 02:46

0.000Air Blank 02:46

0.080Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 03/03/2021 16:07

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:2302/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:02

Key West PD

TELLIER,JEREMEY

08/03/2023

1356262

Key West PD

TELLIER,JEREMEY,J

AVILES

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.080Control Test 20:58

0.000Air Blank 20:58

# 1Subject Sample 20:59 Subject Test Refused

0.000Breath Volume 20:59

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 03/03/2021 16:07

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2302/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:58

Manatee County SO

BIGBY,CHARLES

09/20/2022

1206004

Manatee County SO

BIGBY,CHARLES,A

NIQUETTE

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.080Control Test 01:19

0.000Air Blank 01:19

# 1 0.210Subject Sample 01:20

2.187Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.219Subject Sample 01:23

2.531Breath Volume 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 02/23/2021 11:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4602/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:56

Manatee County SO

KOPE,MICHAEL

09/20/2022

1206004

FHP Troop F

TERRERO,FRAICOR,

RIVERA

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1 0.000Subject Sample 02:11

1.593Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.000Subject Sample 02:17 Volume Not Met

0.292Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 3Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 02/23/2021 11:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4602/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:47

Manatee County SO

BARRETT,CODY

09/20/2022

1206004

Manatee County SO

BARRETT,CODY,R

BALLENGER

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.077Control Test 02:34

0.000Air Blank 02:35

# 1 0.106Subject Sample 02:35

2.835Breath Volume 02:35

Air Blank 02:36 RFI Detect

0.000Air Blank 02:36

0.078Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 02/23/2021 11:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:1602/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:47

Manatee County SO

BARRETT,CODY

09/20/2022

1206004

Manatee County SO

BARRETT,CODY,R

BALLENGER

01/27/2021

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.077Control Test 02:41

0.000Air Blank 02:42

# 1 0.107Subject Sample 02:42

2.710Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.098Subject Sample 02:45

1.933Breath Volume 02:45

0.000Air Blank 02:46

0.076Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 02/23/2021 11:19

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:1802/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

01:10

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

SCHUMACHER

01/27/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.080Control Test 01:24

0.000Air Blank 01:24

# 1 0.129Subject Sample 01:25

1.546Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.139Subject Sample 01:28

4.042Breath Volume 01:28

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 02/23/2021 10:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:0902/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:33

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

GOMEZ MARQUEZ

01/27/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

# 1 0.153Subject Sample 03:55 Volume Not Met

0.214Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.165Subject Sample 03:59

2.152Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 3 0.166Subject Sample 04:03

1.207Breath Volume 04:03

0.000Air Blank 04:04

0.081Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 02/23/2021 10:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:2902/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:46

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

SAGANOWICH

01/27/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.081Control Test 20:59

0.000Air Blank 21:00

# 1 0.217Subject Sample 21:01

1.566Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:03

# 2 0.224Subject Sample 21:04

2.320Breath Volume 21:04

0.000Air Blank 21:05

0.081Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 02/23/2021 10:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:5902/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

04:10

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

ENAMORADO HERNANDEZ

02/23/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.081Control Test 04:18

0.000Air Blank 04:18

# 1 0.197Subject Sample 04:19

3.582Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.198Subject Sample 04:23

2.718Breath Volume 04:23

0.000Air Blank 04:24

0.081Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 03/23/2021 12:40

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1902/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

02:05

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

RAVAN

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:16

# 1 0.238Subject Sample 02:16

2.292Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.224Subject Sample 02:19

1.738Breath Volume 02:19

0.000Air Blank 02:20

0.077Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 03/02/2021 20:35

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:1802/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:09

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

MUIR

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.079Control Test 00:11

0.000Air Blank 00:11

# 1Subject Sample 00:11 Subject Test Refused

0.000Breath Volume 00:11

0.000Air Blank 00:12

0.076Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 03/02/2021 20:35

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5202/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

01:15

FHP Troop G

MONTGOMERY,KENNETH'

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

CRAVEN

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:27

# 1 0.209Subject Sample 01:27

3.207Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:29

# 2 0.210Subject Sample 01:30

3.300Breath Volume 01:30

0.000Air Blank 01:30

0.078Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 03/02/2021 20:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:4702/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:28

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

DECKER

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.078Control Test 19:41

0.000Air Blank 19:41

# 1 0.127Subject Sample 19:42

1.761Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.119Subject Sample 19:46

1.113Breath Volume 19:46

0.000Air Blank 19:46

0.078Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 03/02/2021 20:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1602/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:33

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

HILL

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

# 1 0.095Subject Sample 02:39

1.898Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.095Subject Sample 02:43

1.906Breath Volume 02:43

0.000Air Blank 02:44

0.077Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 03/02/2021 20:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:1602/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:55

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

NAHMIAS

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.078Control Test 01:11

0.000Air Blank 01:11

# 1 0.015Subject Sample 01:12

2.347Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.014Subject Sample 01:14

1.300Breath Volume 01:14

0.000Air Blank 01:15

0.078Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 03/02/2021 20:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:3502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:05

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

ADAMS

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:21

# 1 0.225Subject Sample 03:21

1.757Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.226Subject Sample 03:24

3.109Breath Volume 03:24

0.000Air Blank 03:25

0.078Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 03/02/2021 20:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:5202/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

01:03

FHP Troop G

MONTGOMERY,KENNETH

02/25/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

STONE

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.078Control Test 01:16

0.000Air Blank 01:16

# 1 0.152Subject Sample 01:18

1.714Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.148Subject Sample 01:21

1.410Breath Volume 01:21

0.000Air Blank 01:21

0.077Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 03/02/2021 20:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:2102/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:18

15:30

FHP Troop G

SATTERWHITE,JOSHUA

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

CIRTAIN

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:38

0.000Air Blank 16:38

0.080Control Test 16:39

0.000Air Blank 16:39

# 1Subject Sample 16:39 Subject Test Refused

0.000Breath Volume 16:39

0.000Air Blank 16:40

0.080Control Test 16:40

Air Blank 16:40 RFI Detect

0.000Air Blank 16:41

Data Download Date/Time: 03/02/2021 19:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4102/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:25

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

TRAVERS

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

# 1 0.134Subject Sample 02:33

1.972Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.133Subject Sample 02:36

2.093Breath Volume 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 03/02/2021 19:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:1402/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

22:06

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

KNOWLES

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.081Control Test 22:16

0.000Air Blank 22:17

# 1 0.123Subject Sample 22:18

2.773Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:20

# 2 0.124Subject Sample 22:21

3.222Breath Volume 22:21

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 03/02/2021 19:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:1302/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

19:00

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

MCCLUNG

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:07

0.081Control Test 19:07

0.000Air Blank 19:08

# 1 0.172Subject Sample 19:08

2.203Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:11

# 2 0.169Subject Sample 19:11

1.929Breath Volume 19:11

0.000Air Blank 19:12

0.081Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 03/02/2021 19:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:1802/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

01:29

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

MCMANUS

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.082Control Test 01:37

0.000Air Blank 01:38

# 1 0.201Subject Sample 01:38

1.535Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.194Subject Sample 01:41

1.500Breath Volume 01:41

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 03/02/2021 19:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:5002/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:56

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

REANOS

02/01/2021

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.081Control Test 22:08

0.000Air Blank 22:08

# 1 0.102Subject Sample 22:09

2.546Breath Volume 22:09

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.105Subject Sample 22:12

3.464Breath Volume 22:12

0.000Air Blank 22:12

0.080Control Test 22:13

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 03/02/2021 19:38

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:5402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:50

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

PRESTON

01/23/2021

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.078Control Test 21:31

0.000Air Blank 21:32

# 1Subject Sample 21:32 Subject Test Refused

0.000Breath Volume 21:32

0.000Air Blank 21:32

0.076Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 02/20/2021 02:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:4102/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:43

MIAMI-DADE PD

QUINTANA,JORGE

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

BARRETO

01/23/2021

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.078Control Test 23:09

0.000Air Blank 23:09

# 1 0.153Subject Sample 23:10

1.132Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.146Subject Sample 23:14

1.613Breath Volume 23:14

0.000Air Blank 23:14

0.077Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 02/20/2021 02:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3402/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:20

MIAMI-DADE PD

PACHECO,G

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

LOPEZ

01/23/2021

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:04

# 1 0.221Subject Sample 02:04

3.113Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.222Subject Sample 02:07

2.812Breath Volume 02:07

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 02/20/2021 02:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:0802/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

01:57

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

FERNANDEZ

01/23/2021

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.078Control Test 03:36

0.000Air Blank 03:36

# 1Subject Sample 03:36 Subject Test Refused

0.000Breath Volume 03:36

0.000Air Blank 03:37

0.077Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 02/20/2021 02:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:19:2902/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:33

05:23

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

GARCIA

01/23/2021

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:11

0.000Air Blank 06:12

0.078Control Test 06:12

0.000Air Blank 06:13

# 1 0.138Subject Sample 06:14

2.917Breath Volume 06:14

0.000Air Blank 06:14

0.000Air Blank 06:16

# 2 0.122Subject Sample 06:17

1.476Breath Volume 06:17

0.000Air Blank 06:18

0.078Control Test 06:18

0.000Air Blank 06:19

OKDiagnostics Check 06:19

Data Download Date/Time: 02/20/2021 02:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:5902/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:55

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

DE LOS REYES

01/23/2021

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.077Control Test 02:37

0.000Air Blank 02:38

# 1 0.187Subject Sample 02:38

1.828Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 2 0.180Subject Sample 02:41

2.351Breath Volume 02:41

0.000Air Blank 02:42

0.076Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 02/20/2021 02:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:0202/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:18

MIAMI-DADE PD

QUINTANA,JORGE

04/05/2022

05620080A1

MIAMI-DADE PD

QUINTANA,JORGE,F

CALDERON BAKE

01/23/2021

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.077Control Test 03:12

0.000Air Blank 03:13

# 1 0.096Subject Sample 03:14

2.117Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.098Subject Sample 03:17

1.781Breath Volume 03:17

0.000Air Blank 03:18

0.078Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:19

Data Download Date/Time: 02/20/2021 02:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:1502/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:49

MIAMI-DADE PD

VARGAS,D

04/05/2022

05620080A1

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

ROMERO GARCIA

02/19/2021

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.078Control Test 04:32

0.000Air Blank 04:32

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:33

0.077Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 03/27/2021 03:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:3902/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:00

Broward County SO

ARMSTRONG,BRITTANY

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

GELPI

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.080Control Test 20:56

0.000Air Blank 20:56

# 1 0.000Subject Sample 20:57

2.796Breath Volume 20:57

0.000Air Blank 20:57

0.000Air Blank 20:59

# 2 0.000Subject Sample 21:00

2.402Breath Volume 21:00

0.000Air Blank 21:00

0.079Control Test 21:01

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 03/03/2021 11:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:0602/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

04:56

Broward County SO

BROWN,E

06/17/2022

1157961

Broward County SO

POPICK,SCOTT,L

HENDERSON

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.080Control Test 06:06

0.000Air Blank 06:06

# 1 0.147Subject Sample 06:07

1.320Breath Volume 06:07

0.000Air Blank 06:07

0.000Air Blank 06:09

# 2 0.139Subject Sample 06:10

1.269Breath Volume 06:10

0.000Air Blank 06:11

0.080Control Test 06:11

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 03/03/2021 11:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:2702/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:46

05:20

Broward County SO

FARQUHARSON,K

06/17/2022

1157961

Broward County SO

POPICK,SCOTT,L

KONOWALSKYJ

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:31

0.079Control Test 06:31

0.000Air Blank 06:32

# 1 0.202Subject Sample 06:33

1.445Breath Volume 06:33

0.000Air Blank 06:34

0.000Air Blank 06:36

# 2 0.194Subject Sample 06:36

1.617Breath Volume 06:36

0.000Air Blank 06:37

0.078Control Test 06:37

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 03/03/2021 11:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:55:1702/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

07:55

Broward County SO

KRAMP,OSCAR

06/17/2022

1157961

Miramar PD

POPICK,SCOTT,L

JEAN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:49

0.000Air Blank 08:50

0.079Control Test 08:50

0.000Air Blank 08:51

# 1 0.241Subject Sample 08:51

1.976Breath Volume 08:51

0.000Air Blank 08:52

Air Blank 08:53 RFI Detect

0.000Air Blank 08:54

0.079Control Test 08:54

0.000Air Blank 08:55

OKDiagnostics Check 08:55

Data Download Date/Time: 03/03/2021 11:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:04:0402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

07:55

Broward County SO

KRAMP,OSCAR

06/17/2022

1157961

Miramar PD

POPICK,SCOTT,L

JEAN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:57

0.000Air Blank 08:57

0.079Control Test 08:58

0.000Air Blank 08:58

# 1 0.232Subject Sample 08:59

1.480Breath Volume 08:59

0.000Air Blank 09:00

0.000Air Blank 09:01

# 2 0.222Subject Sample 09:02

1.691Breath Volume 09:02

0.000Air Blank 09:03

0.079Control Test 09:03

0.000Air Blank 09:03

OKDiagnostics Check 09:04

Data Download Date/Time: 03/03/2021 11:05

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:4602/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

15:43

Broward County SO

HIPPOLYTE,VENEL

06/17/2022

1157961

OTHER State

FRAZIER,ANAYA,S

MAYORGA

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:27

Air Blank 17:27 RFI Detect

0.000Air Blank 17:27

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:36:1502/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

15:43

Broward County SO

HIPPOLYTE,VENEL

06/17/2022

1157961

OTHER State

FRAZIER,ANAYA,S

MAYORGA

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:29

0.000Air Blank 17:30

0.080Control Test 17:30

0.000Air Blank 17:30

# 1 0.211Subject Sample 17:31

1.792Breath Volume 17:31

0.000Air Blank 17:32

0.000Air Blank 17:33

# 2 0.202Subject Sample 17:34

1.937Breath Volume 17:34

0.000Air Blank 17:35

0.079Control Test 17:35

0.000Air Blank 17:36

OKDiagnostics Check 17:36

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:2402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:29

17:50

Broward County SO

SAPP,JOSHUA

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

RAMPAL

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.079Control Test 18:51

0.000Air Blank 18:52

# 1 0.241Subject Sample 18:53

1.113Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.242Subject Sample 18:56

2.847Breath Volume 18:56

0.000Air Blank 18:57

0.076Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:3902/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

19:16

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

JONES,LA'TECE,L

HOGAN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.080Control Test 21:45

0.000Air Blank 21:46

# 1 0.000Subject Sample 21:48

1.671Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2Subject Sample 21:51 RFI Detect

0.000Breath Volume 21:51

0.000Air Blank 21:51

0.078Control Test 21:52

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:2302/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

19:16

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

JONES,LA'TECE,L

HOGAN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:55

0.078Control Test 21:55

0.000Air Blank 21:56

# 1 0.000Subject Sample 21:56

1.484Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.000Subject Sample 22:00

2.003Breath Volume 22:00

0.000Air Blank 22:00

0.078Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3902/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:43

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

JONES,LA'TECE,L

HOOKER

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.079Control Test 02:00

0.000Air Blank 02:00

# 1 0.229Subject Sample 02:02

3.117Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.223Subject Sample 02:05

2.511Breath Volume 02:05

0.000Air Blank 02:06

0.077Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:2802/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:51

15:38

Broward County SO

SMITH,CHAD

06/17/2022

1157961

Miramar PD

TILLMAN,SHEILA,L

PIPKINS

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:16

0.000Air Blank 18:16

0.079Control Test 18:16

0.000Air Blank 18:17

# 1 0.000Subject Sample 18:18

1.246Breath Volume 18:18

0.000Air Blank 18:18

0.000Air Blank 18:20

# 2 0.000Subject Sample 18:21

1.417Breath Volume 18:21

0.000Air Blank 18:21

0.079Control Test 18:21

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:4002/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

20:53

Broward County SO

PRESUME,JEHUD

06/17/2022

1157961

Miramar PD

GRAY,SANDRA,

ROBINSON

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.079Control Test 22:11

0.000Air Blank 22:11

# 1 0.199Subject Sample 22:12

1.121Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:14

# 2 0.185Subject Sample 22:15

1.472Breath Volume 22:15

0.000Air Blank 22:16

0.078Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0702/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:14

Broward County SO

LUNA,KRISTINA

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

RAMOS

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:00

# 1 0.207Subject Sample 01:01

2.804Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:03

# 2 0.209Subject Sample 01:04

2.625Breath Volume 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0602/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:08

Broward County SO

LIPTAK,LAUREN

06/17/2022

1157961

Margate PD

FRAZIER,ANAYA,S

STEBER

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:20

# 1 0.220Subject Sample 01:21

2.015Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:23

# 2 0.220Subject Sample 01:24

2.210Breath Volume 01:24

0.000Air Blank 01:25

0.078Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:1502/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:33

10:11

Broward County SO

JARSEN,MATTHEW

06/17/2022

1157961

Margate PD

FRAZIER,ANAYA,S

COLBY

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:57

0.000Air Blank 11:57

0.081Control Test 11:58

0.000Air Blank 11:58

# 1 0.000Subject Sample 11:59

2.703Breath Volume 11:59

0.000Air Blank 11:59

0.000Air Blank 12:01

# 2 0.000Subject Sample 12:01

1.136Breath Volume 12:01

0.000Air Blank 12:02

0.080Control Test 12:02

0.000Air Blank 12:03

OKDiagnostics Check 12:03

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:3902/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:29

Broward County SO

LUC,NORBENS

06/17/2022

1157961

FHP Troop L

TILLMAN,SHEILA,L

GORDON

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

# 1 0.193Subject Sample 00:29 Volume Not Met

0.164Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.292Subject Sample 00:33

1.156Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 3 0.286Subject Sample 00:36

1.234Breath Volume 00:36

0.000Air Blank 00:37

0.076Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:3902/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:25

Broward County SO

WILSON,LAMAR

06/17/2022

1157961

OTHER State

FRAZIER,ANAYA,S

MARTINEZ LOPEZ

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

# 1 0.189Subject Sample 22:19

1.351Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.183Subject Sample 22:22

1.910Breath Volume 22:22

0.000Air Blank 22:23

0.080Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:3902/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:40

Broward County SO

MUINA,ALEJANDRO

06/17/2022

1157961

Broward County SO

GRAY,SANDRA,

FITZPATRICK

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

# 1 0.163Subject Sample 01:39

1.675Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.156Subject Sample 01:42

1.507Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:3702/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:20

Broward County SO

RUSSELL,DILLON

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

ROMAN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.200Subject Sample 02:22

2.699Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.199Subject Sample 02:24

2.394Breath Volume 02:24

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3502/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:25

Broward County SO

ARMSTRONG,BRITTANY

06/17/2022

1157961

Broward County SO

TILLMAN,SHEILA,L

WYLLIE

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

# 1 0.082Subject Sample 03:26

1.285Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.085Subject Sample 03:28

1.761Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:1302/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:04

Broward County SO

SMITH,CHAZ

06/17/2022

1157961

Lauderhill PD

FRAZIER,ANAYA,S

DAVIS

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

# 1 0.272Subject Sample 04:48

1.839Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.277Subject Sample 04:51

1.957Breath Volume 04:51

0.000Air Blank 04:52

0.078Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 03/03/2021 11:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:0602/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:24

03:39

Ft. Walton Beach PD

SWENSON,BRIAN

01/06/2024

1433248

Ft. Walton Beach PD

MARTIN,JAMES,E

SMITH

01/27/2021

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:00

0.000Air Blank 06:01

0.082Control Test 06:01

0.000Air Blank 06:02

# 1Subject Sample 06:02 Subject Test Refused

0.000Breath Volume 06:02

0.000Air Blank 06:03

0.082Control Test 06:03

0.000Air Blank 06:04

OKDiagnostics Check 06:04

Data Download Date/Time: 03/03/2021 05:48

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:2802/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:47

Ft. Walton Beach PD

CALLOWAY,MORGAN

01/06/2024

1433248

Ft. Walton Beach PD

MARTIN,JAMES,E

WILSON

01/27/2021

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.083Control Test 03:29

0.000Air Blank 03:29

# 1 0.194Subject Sample 03:30

2.226Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.175Subject Sample 03:34

1.324Breath Volume 03:34

0.000Air Blank 03:35

0.082Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 03/03/2021 05:48

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:06:4202/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:35

09:06

Ft. Walton Beach PD

SAILOR,TRAVIS

01/06/2024

1433248

Ft. Walton Beach PD

HENDRICKS,JOHN,M

GODWIN

01/27/2021

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:57

0.000Air Blank 09:58

0.082Control Test 09:58

0.000Air Blank 09:58

# 1 0.000Subject Sample 10:01

1.722Breath Volume 10:01

0.000Air Blank 10:02

0.000Air Blank 10:04

# 2 0.000Subject Sample 10:05

1.640Breath Volume 10:05

0.000Air Blank 10:05

0.080Control Test 10:06

0.000Air Blank 10:06

OKDiagnostics Check 10:06

Data Download Date/Time: 03/03/2021 05:48

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:1202/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:39

Ft. Walton Beach PD

MYRICK,JASMIN

01/06/2024

1433248

Ft. Walton Beach PD

WOLL,MICHAEL,

MAY

01/27/2021

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.082Control Test 19:40

0.000Air Blank 19:40

# 1Subject Sample 19:40 Subject Test Refused

0.000Breath Volume 19:40

0.000Air Blank 19:41

0.081Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 03/03/2021 05:48

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:35

Ft. Walton Beach PD

ALBRECHT,SYDNEY

01/06/2024

1433248

Ft. Walton Beach PD

MARTIN,JAMES,E

PEARCE

01/27/2021

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.082Control Test 23:38

0.000Air Blank 23:38

# 1Subject Sample 23:42 No Sample Provided

0.000Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.083Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 03/03/2021 05:48

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5302/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:19

Ft. Walton Beach PD

CALLOWAY,MORGAN

01/06/2024

1433248

Ft. Walton Beach PD

JOHNSON,KARRY,L

NAVARRO

01/27/2021

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.081Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/03/2021 05:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:3802/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:53

Ft. Walton Beach PD

CALLOWAY,MORGAN

01/06/2024

1433248

Ft. Walton Beach PD

MARTIN,JAMES,E

BOYD

01/27/2021

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.082Control Test 03:38

0.000Air Blank 03:39

# 1 0.000Subject Sample 03:42 Volume Not Met

0.015Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.000Subject Sample 03:48 Volume Not Met

0.050Breath Volume 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 03/03/2021 05:49

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:3302/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

21:02

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

GASSETT

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.080Control Test 21:34

0.000Air Blank 21:34

# 1 0.201Subject Sample 21:35

2.300Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.198Subject Sample 21:38

2.511Breath Volume 21:38

0.000Air Blank 21:39

0.078Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 03/08/2021 13:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0402/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:25

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

RUBERTO JR

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

# 1 0.102Subject Sample 00:54

2.878Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.087Subject Sample 00:57

2.265Breath Volume 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:59

Data Download Date/Time: 03/08/2021 13:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0502/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:44

Fort Lauderdale PD

BOHM,JONATHAN

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

FELIX

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

# 1 0.197Subject Sample 01:39

3.023Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.181Subject Sample 01:42

3.707Breath Volume 01:42

0.000Air Blank 01:43

0.078Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 03/08/2021 13:27

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4902/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:09

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

BUCHANAN

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.078Control Test 00:34

0.000Air Blank 00:35

# 1 0.247Subject Sample 00:36

1.667Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:38

# 2 0.249Subject Sample 00:40

1.695Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 03/08/2021 13:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:1602/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:17

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

LANGER

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:47

# 1Subject Sample 00:49 Subject Test Refused

0.000Breath Volume 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 03/08/2021 13:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:4802/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:48

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

SANTIAGO DELGADO

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.078Control Test 02:13

0.000Air Blank 02:14

# 1 0.202Subject Sample 02:15

1.703Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.193Subject Sample 02:18

1.914Breath Volume 02:18

0.000Air Blank 02:18

0.078Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 03/08/2021 13:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:3202/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:58

Fort Lauderdale PD

STONER,NATHAN

03/19/2023

1298240

Fort Lauderdale PD

CARTER,JAMES,W

VEREEN JR

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.081Control Test 21:43

0.000Air Blank 21:43

# 1 0.263Subject Sample 21:44

3.316Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.254Subject Sample 21:47

3.410Breath Volume 21:47

0.000Air Blank 21:48

0.082Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 03/08/2021 13:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3802/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

03:15

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

SIMON

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

# 1 0.146Subject Sample 03:42

2.957Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.153Subject Sample 03:45

3.921Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 03/08/2021 13:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:5902/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:56

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

FOWLER

02/03/2021

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.078Control Test 22:21

0.000Air Blank 22:22

# 1 0.000Subject Sample 22:22

1.730Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.000Subject Sample 22:25

1.343Breath Volume 22:25

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 03/08/2021 13:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:23:1402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:26

08:35

COLLIER COUNTY SO

MORALES,GUALBERTO

11/05/2021

24119080A1

FHP TROOP F

RUMLEY,JOSEPH,A

CANALESFUENTES

02/04/2021

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:14

0.000Air Blank 12:14

0.076Control Test 12:15

0.000Air Blank 12:15

# 1 0.050Subject Sample 12:18

1.914Breath Volume 12:18

0.000Air Blank 12:19

0.000Air Blank 12:21

# 2 0.052Subject Sample 12:21

2.679Breath Volume 12:21

0.000Air Blank 12:22

0.076Control Test 12:22

0.000Air Blank 12:23

OKDiagnostics Check 12:23

Data Download Date/Time: 03/19/2021 16:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:3902/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:49

14:20

Charlotte County SO

SHEEN,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

ATKINSON,KELLY,P

ATKINSON

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:46

0.000Air Blank 15:46

0.079Control Test 15:47

0.000Air Blank 15:47

# 1 0.274Subject Sample 15:49

1.562Breath Volume 15:49

0.000Air Blank 15:50

0.000Air Blank 15:52

# 2 0.282Subject Sample 15:52

1.289Breath Volume 15:52

0.000Air Blank 15:53

0.072Control Test 15:54 Control Outside Tolerance

0.000Air Blank 15:54

Data Download Date/Time: 02/23/2021 00:07

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:5702/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:32

Charlotte County SO

ERIKSON,CHRISTINA

11/05/2022

24620080A3

Charlotte County SO

LEONARD,ALEYA,D

ZAVALA

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

# 1 0.237Subject Sample 03:23

1.976Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:25

# 2 0.232Subject Sample 03:26

1.984Breath Volume 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:3202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:33

Charlotte County SO

DAVDSON,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

WERTMAN

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:39

# 1 0.134Subject Sample 22:39

1.765Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.142Subject Sample 22:42

5.250Breath Volume 22:42

0.000Air Blank 22:43

0.078Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:2602/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

02:53

Charlotte County SO

SWARTZ,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

ROBINSON

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.080Control Test 04:42

0.000Air Blank 04:42

# 1 0.156Subject Sample 04:43

2.207Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:45

# 2 0.152Subject Sample 04:46

2.273Breath Volume 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:3102/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

20:15

Charlotte County SO

REILEY,OFC

11/05/2022

24620080A3

FHP Troop F

WALDROP,P,

FLEMINGLOSS

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

# 1 0.232Subject Sample 22:47

2.902Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.199Subject Sample 22:50

1.367Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 3 0.218Subject Sample 22:53

2.515Breath Volume 22:53

0.000Air Blank 22:54

0.077Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:3402/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:40

Charlotte County SO

WOELK,OFC

11/05/2022

24620080A3

Punta Gorda PD

WALDROP,P,

SKINNER

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

# 1 0.152Subject Sample 04:15

2.714Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.147Subject Sample 04:18

1.917Breath Volume 04:18

0.000Air Blank 04:19

0.079Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:2702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:53

Charlotte County SO

STEALY,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

SOKALSKI

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.079Control Test 21:33

0.000Air Blank 21:34

# 1 0.281Subject Sample 21:35

2.078Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.257Subject Sample 21:41

2.105Breath Volume 21:41

0.000Air Blank 21:41

0.000Air Blank 21:43

# 3 0.263Subject Sample 21:44

2.406Breath Volume 21:44

0.000Air Blank 21:45

0.078Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2902/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:18

Charlotte County SO

ERICKSON,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

THOMAS

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.151Subject Sample 01:23

2.113Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.155Subject Sample 01:26

2.867Breath Volume 01:26

0.000Air Blank 01:27

0.078Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:38

Charlotte County SO

RILLY,OFC

11/05/2022

24620080A3

FHP Troop F

WALDROP,P,

WASHINGTON

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

# 1 0.147Subject Sample 04:08

2.929Breath Volume 04:08

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.142Subject Sample 04:12

2.875Breath Volume 04:12

0.000Air Blank 04:12

0.078Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:18:2202/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:44

12:39

Charlotte County SO

DEGRASSE,TIMOTHY

11/05/2022

24620080A3

Charlotte County SO

MANO,MARDEE,G

MALIK

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:11

0.000Air Blank 14:12

0.080Control Test 14:12

0.000Air Blank 14:13

# 1 0.000Subject Sample 14:13

1.707Breath Volume 14:13

0.000Air Blank 14:14

0.000Air Blank 14:16

# 2 0.000Subject Sample 14:16

1.796Breath Volume 14:16

0.000Air Blank 14:17

0.078Control Test 14:17

0.000Air Blank 14:18

OKDiagnostics Check 14:18

Data Download Date/Time: 02/23/2021 00:08

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:2502/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:58

Charlotte County SO

ERICKSON,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

CARLOCK

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

# 1 0.185Subject Sample 01:46

2.406Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:48

# 2 0.183Subject Sample 01:49

2.328Breath Volume 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:0202/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:56

17:00

Charlotte County SO

JONES,JASON

11/05/2022

24620080A3

Charlotte County SO

COURTNEY,PATRICK,R

WHITE

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:22

0.000Air Blank 18:23

0.079Control Test 18:23

0.000Air Blank 18:24

# 1 0.104Subject Sample 18:24

2.542Breath Volume 18:24

0.000Air Blank 18:25

0.000Air Blank 18:27

# 2 0.102Subject Sample 18:28

2.000Breath Volume 18:28

0.000Air Blank 18:29

0.078Control Test 18:29

0.000Air Blank 18:29

OKDiagnostics Check 18:30

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:5002/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

23:40

23:35

Charlotte County SO

N/A,N/A

11/05/2022

24620080A3

Charlotte County SO

ACEBO,ANDRES,L

JONES

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:03

# 1 0.190Subject Sample 00:04

2.699Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.186Subject Sample 00:07

3.507Breath Volume 00:07

0.000Air Blank 00:07

0.078Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:2202/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

03:05

23:35

Charlotte County SO

NA,NA

11/05/2022

24620080A3

Charlotte County SO

ACEBO,ANDRES,L

JONES

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:28

# 1 0.130Subject Sample 03:29

2.953Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.130Subject Sample 03:32

2.738Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:17:1102/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

07:49

23:35

Charlotte County SO

BOSZE,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

BOSZE,DEPUTY,J

JONES

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:11

0.000Air Blank 08:11

0.079Control Test 08:11

0.000Air Blank 08:12

# 1 0.057Subject Sample 08:12

1.921Breath Volume 08:12

0.000Air Blank 08:13

0.000Air Blank 08:15

# 2 0.057Subject Sample 08:15

1.996Breath Volume 08:15

0.000Air Blank 08:16

0.079Control Test 08:16

0.000Air Blank 08:17

OKDiagnostics Check 08:17

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:36:4902/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:08

23:35

Charlotte County SO

BOSZE,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

BOSZE,DEPUTY,J

JONES

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:30

0.000Air Blank 10:30

0.079Control Test 10:30

0.000Air Blank 10:31

# 1 0.020Subject Sample 10:32

1.707Breath Volume 10:32

0.000Air Blank 10:32

0.000Air Blank 10:34

# 2 0.021Subject Sample 10:35

1.628Breath Volume 10:35

0.000Air Blank 10:35

0.079Control Test 10:36

0.000Air Blank 10:36

OKDiagnostics Check 10:36

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:55:3502/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:18

14:42

Charlotte County SO

HARTMANSTOFER,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

BOSZE,DEPUTY,J

LECLAIR

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:48

0.000Air Blank 15:49

0.079Control Test 15:49

0.000Air Blank 15:50

# 1 0.206Subject Sample 15:51

1.769Breath Volume 15:51

0.000Air Blank 15:51

0.000Air Blank 15:53

# 2 0.203Subject Sample 15:53

1.488Breath Volume 15:53

0.000Air Blank 15:54

0.077Control Test 15:54

0.000Air Blank 15:55

OKDiagnostics Check 15:55

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:5402/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:57

Charlotte County SO

MAGOON,A

11/05/2022

24620080A3

Charlotte County SO

CHAPMAN,VANESSA,N

MEEKS

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

# 1 0.206Subject Sample 22:37

1.246Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.193Subject Sample 22:41

1.226Breath Volume 22:41

0.000Air Blank 22:41

0.078Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:5102/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:03

Charlotte County SO

VETRI,THOMAS

11/05/2022

24620080A3

Punta Gorda PD

LEONARD,ALEYA,D

ALEXANDER

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1 0.178Subject Sample 02:10

2.425Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.182Subject Sample 02:13

2.437Breath Volume 02:13

0.000Air Blank 02:13

0.079Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 02/23/2021 00:09

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:0902/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:04

FHP Troop F

REILLY,S.

11/05/2022

24620080A3

FHP Troop F

REILLY,S.,M

BERTRAM

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

# 1 0.214Subject Sample 03:40

2.828Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.211Subject Sample 03:43

2.652Breath Volume 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 02/23/2021 00:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:3902/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:18

Charlotte County SO

MEDDAUGH,OFC

11/05/2022

24620080A3

Punta Gorda PD

WALDROP,P,

WARREN

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:08

# 1Subject Sample 20:09 Subject Test Refused

0.000Breath Volume 20:09

0.000Air Blank 20:09

0.079Control Test 20:10

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 02/23/2021 00:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4402/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:30

Charlotte County SO

SCHWARTZ,DFC

11/05/2022

24620080A3

Charlotte County SO

WALDROP,P,

GRIMALDI

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1 0.060Subject Sample 02:58

2.949Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.055Subject Sample 03:02

2.199Breath Volume 03:02

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 02/23/2021 00:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:0102/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

17:46

Charlotte County SO

IMBRUNO,DAVID

11/05/2022

24620080A3

Charlotte County SO

COURTNEY,PATRICK,R

KENSILL

01/21/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:07

0.079Control Test 19:08

0.000Air Blank 19:08

# 1 0.231Subject Sample 19:10

1.269Breath Volume 19:10

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.246Subject Sample 19:14

3.773Breath Volume 19:14

0.000Air Blank 19:15

0.078Control Test 19:15

0.000Air Blank 19:15

OKDiagnostics Check 19:16

Data Download Date/Time: 02/23/2021 00:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:1102/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

20:20

Charlotte County SO

MEDDAUGH,BRANDON

11/05/2022

24620080A3

Punta Gorda PD

LEONARD,ALEYA,D

CHANDLER

02/22/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:13

# 1 0.187Subject Sample 21:13

2.714Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.191Subject Sample 21:17

3.144Breath Volume 21:17

0.000Air Blank 21:18

0.079Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 03/31/2021 06:58

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:4402/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:53

Charlotte County SO

EDWARDS,DEPUTY

11/05/2022

24620080A3

Charlotte County SO

SCHWOCHO,ALAN,

HAMMOND

02/22/2021

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.079Control Test 04:01

0.000Air Blank 04:01

# 1 0.236Subject Sample 04:02

1.347Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.240Subject Sample 04:05

1.617Breath Volume 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 03/31/2021 06:58

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007084CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4502/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:09

Miami-Dade PD

PENA,STEPHANIE

05/05/2021

06419080A2

Miami-Dade PD

ROBLEDO,MIGUEL,A

DELGADO

01/23/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

Air Blank 03:53 RFI Detect

0.000Air Blank 03:53

Data Download Date/Time: 02/20/2021 01:25

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007084CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3702/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:09

Miami-Dade PD

PENA,STEPHANIE

05/05/2021

06419080A2

Miami-Dade PD

ROBLEDO,MIGUEL,A

DELGADO

01/23/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 02/20/2021 01:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007084CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:3402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:23

Miami-Dade PD

ROBLEDO,MIGUEL

05/05/2021

06419080A2

Miami-Dade PD

ROBLEDO,MIGUEL,A

PUPO

01/23/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 02/20/2021 01:26

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007084CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:3802/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:44

Miami-Dade PD

ROBLEDO,MIGUEL

05/05/2021

06419080A2

Miami-Dade PD

ROBLEDO,MIGUEL,A

BARILLAS ESTRADA

02/19/2021

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.079Control Test 03:08

0.000Air Blank 03:08

# 1Subject Sample 03:09 Subject Test Refused

0.000Breath Volume 03:09

0.000Air Blank 03:10

0.081Control Test 03:10

Air Blank 03:11 RFI Detect

0.000Air Blank 03:11

Data Download Date/Time: 03/27/2021 04:07

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007108CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:2602/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:38

Broward County SO

POPICK,SCOTT

06/17/2022

1157961

Broward County SO

POPICK,SCOTT,L

ECHAROTH

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.078Control Test 23:10

0.000Air Blank 23:10

# 1 0.154Subject Sample 23:13 Volume Not Met

0.035Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.148Subject Sample 23:18

1.406Breath Volume 23:18

Air Blank 23:19 RFI Detect

0.000Air Blank 23:19

0.077Control Test 23:19

Air Blank 23:19 RFI Detect

0.000Air Blank 23:20

Data Download Date/Time: 02/18/2021 16:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007108CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:1702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:38

Broward County SO

POPICK,SCOTT

06/17/2022

1157961

Broward County SO

POPICK,SCOTT,L

ECHAROTH

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.077Control Test 23:24

0.000Air Blank 23:25

# 1 0.156Subject Sample 23:25

1.363Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.146Subject Sample 23:28

1.152Breath Volume 23:28

0.000Air Blank 23:29

0.078Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 02/18/2021 16:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007108CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:5402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:58

Broward County SO

POPICK,SCOTT

06/17/2022

1157961

Broward County SO

POPICK,SCOTT,L

LOUTTIT

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.079Control Test 03:24

0.000Air Blank 03:24

# 1 0.116Subject Sample 03:25

3.359Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.108Subject Sample 03:28

2.398Breath Volume 03:28

0.000Air Blank 03:28

0.078Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 02/18/2021 16:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5002/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

03:11

Hillsborough Co SO

WASHINGTON,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

MELVILLE

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.132Subject Sample 03:23

1.316Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.150Subject Sample 03:27

1.843Breath Volume 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1902/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:57

Hillsborough Co SO

WASHINGTON,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

FITZPATRICK

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

Air Blank 22:11 RFI Detect

Air Blank 22:12 RFI Detect

Data Download Date/Time: 02/16/2021 11:43

19 May 2021

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:1802/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:57

Hillsborough Co SO

WASHINGTON,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

FITZPATRICK

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:18

# 1 0.138Subject Sample 22:19

1.371Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.113Subject Sample 22:25 Volume Not Met

0.644Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:28

# 3 0.126Subject Sample 22:30

1.339Breath Volume 22:30

0.000Air Blank 22:31

0.078Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:4302/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

00:13

Hillsborough Co SO

WASHINGTON,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

FLEESE

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.080Control Test 00:29

0.000Air Blank 00:29

# 1 0.172Subject Sample 00:32

1.554Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.143Subject Sample 00:37 Slope Not Level

1.285Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 3 0.158Subject Sample 00:42

1.792Breath Volume 00:42

0.000Air Blank 00:42

0.079Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5602/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:48

Hillsborough Co SO

WASHINGTON,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

MCDONALD

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

# 1 0.252Subject Sample 04:02

1.835Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.245Subject Sample 04:05

1.800Breath Volume 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:3902/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

20:56

Hillsborough Co SO

RENDON,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

LAND

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.079Control Test 21:09

0.000Air Blank 21:09

# 1 0.234Subject Sample 21:12

1.769Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:14

# 2 0.205Subject Sample 21:18 Slope Not Level

1.265Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:20

# 3 0.183Subject Sample 21:23 Volume Not Met

0.894Breath Volume 21:23

0.000Air Blank 21:24

0.075Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:5402/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

20:56

Hillsborough Co SO

RENDON,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

LAND

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.076Control Test 21:28

0.000Air Blank 21:29

# 1 0.226Subject Sample 21:30

1.386Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:32

# 2 0.206Subject Sample 21:34

1.589Breath Volume 21:34

0.000Air Blank 21:34

0.077Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:5302/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:38

Hillsborough Co SO

RODRIGUEZ,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

RUIZ PEREZ

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:53

# 1 0.205Subject Sample 22:55

2.234Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.204Subject Sample 22:59

2.242Breath Volume 22:59

0.000Air Blank 22:59

0.077Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:35

Hillsborough Co SO

RENDON,D

12/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

VALDIVIA LOPEZ

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

# 1 0.152Subject Sample 03:13

2.738Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.154Subject Sample 03:16

2.632Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4302/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:32

Hillsborough Co SO

THORNE,S

12/05/2021

22419080A2

Hillsborough Co SO

THORNE,S,

ALMARZOK

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

# 1 0.208Subject Sample 01:42

2.175Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.204Subject Sample 01:46

2.300Breath Volume 01:46

0.000Air Blank 01:46

0.077Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1202/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

02:04

Hillsborough Co SO

THORNE,S

12/05/2021

22419080A2

Hillsborough Co SO

THORNE,S,

SMITH

01/11/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:16

# 1 0.166Subject Sample 02:16

2.316Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.158Subject Sample 02:19

1.949Breath Volume 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 02/16/2021 11:43

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:5502/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

20:12

Hillsborough Co SO

FISHER,T

12/05/2021

22419080A2

Hillsborough Co SO

THORNE,S,

CASTRO SANTIAGO

02/16/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.080Control Test 20:23

0.000Air Blank 20:23

# 1 0.163Subject Sample 20:24

1.773Breath Volume 20:24

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.158Subject Sample 20:27

1.109Breath Volume 20:27

0.000Air Blank 20:27

0.080Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 03/09/2021 15:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:5102/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:44

Hillsborough Co SO

THORNE,S

12/05/2021

22419080A2

Hillsborough Co SO

THORNE,S,

SANSONETTI

02/16/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

# 1 0.150Subject Sample 22:55

3.023Breath Volume 22:55

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.149Subject Sample 22:58

2.183Breath Volume 22:58

0.000Air Blank 22:58

0.079Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 03/09/2021 15:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:2102/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:50

Hillsborough Co SO

RIVERA,M

12/05/2021

22419080A2

Hillsborough Co SO

THORNE,S,

MARTINEZ

02/16/2021

8100.27

HILLSBOROUGH CO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.076Control Test 04:17

0.000Air Blank 04:18

# 1 0.193Subject Sample 04:19

1.191Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:21

# 2 0.194Subject Sample 04:22

1.652Breath Volume 04:22

0.000Air Blank 04:23

0.075Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 03/09/2021 15:06

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1602/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

00:53

Monroe County SO

RODDY,AARON

10/10/2022

1217042

Monroe County SO

RODDY,AARON,A

ALT

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.079Control Test 02:16

0.000Air Blank 02:16

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 02/24/2021 14:58

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:06:0502/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:37

15:09

Monroe County SO

PETTEE,MICHAEL

10/10/2022

1217042

Key West PD

LANE,JONATHAN,M

LE

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:59

0.000Air Blank 15:59

0.079Control Test 16:00

0.000Air Blank 16:00

# 1 0.187Subject Sample 16:01

2.511Breath Volume 16:01

0.000Air Blank 16:02

0.000Air Blank 16:03

# 2 0.184Subject Sample 16:04

2.613Breath Volume 16:04

0.000Air Blank 16:05

0.079Control Test 16:05

0.000Air Blank 16:05

OKDiagnostics Check 16:06

Data Download Date/Time: 02/24/2021 14:58

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:2102/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:22

FFWCC (West Palm)

COBB,AUSTIN

10/10/2022

1217042

FFWCC (West Palm)

SAPP,BRIAN,L

MINER

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

# 1Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 02/24/2021 14:59

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:1102/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:38

Key West PD

HUDSON,ANDREW

10/10/2022

1217042

Key West PD

HUDSON,ANDREW,J

WARD

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

# 1 0.136Subject Sample 22:31

2.867Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:33

# 2 0.132Subject Sample 22:34

2.171Breath Volume 22:34

0.000Air Blank 22:35

0.078Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 02/24/2021 14:59

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:27:1302/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:15

Monroe County SO

RODDY,AARON

10/10/2022

1217042

Monroe County SO

RODDY,AARON,A

WOLSZCZAK

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:21

0.000Air Blank 15:21

0.080Control Test 15:21

0.000Air Blank 15:22

# 1 0.048Subject Sample 15:22

2.011Breath Volume 15:22

0.000Air Blank 15:23

0.000Air Blank 15:25

# 2 0.048Subject Sample 15:25

1.664Breath Volume 15:25

0.000Air Blank 15:26

0.079Control Test 15:26

0.000Air Blank 15:27

OKDiagnostics Check 15:27

Data Download Date/Time: 02/24/2021 14:59

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:5502/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:47

Monroe County SO

RODDY,AARON

10/10/2022

1217042

Monroe County SO

RODDY,AARON,A

SHOEMAKE

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.079Control Test 20:31

0.000Air Blank 20:32

# 1 0.200Subject Sample 20:32

1.320Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.204Subject Sample 20:36

1.218Breath Volume 20:36

0.000Air Blank 20:36

0.078Control Test 20:37

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 02/24/2021 15:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:4402/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:01

Monroe County SO

MALAK,TIMOTHY

10/10/2022

1217042

Key West PD

FIERRO,ALEXANDER,D

TAYLOR

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:57

0.000Air Blank 23:57

# 3 0.246Subject Sample 23:58

1.800Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:00

# 1 0.190Subject Sample 00:04 Volume Not Met

0.507Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:06

# 2 0.238Subject Sample 00:09 Volume Not Met

0.203Breath Volume 00:09

0.000Air Blank 00:10

0.075Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 02/24/2021 15:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:1202/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:01

Monroe County SO

MALAK,TIMOTHY

10/10/2022

1217042

Key West PD

FIERRO,ALEXANDER,D

TAYLOR

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.075Control Test 00:24

0.000Air Blank 00:25

# 1 0.232Subject Sample 00:28 Volume Not Met

0.359Breath Volume 00:28

Air Blank 00:28 Improper Sample

0.000Air Blank 00:29

0.077Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 02/24/2021 15:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4302/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:01

Monroe County SO

MALAK,TIMOTHY

10/10/2022

1217042

Key West PD

FIERRO,ALEXANDER,D

TAYLOR

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.076Control Test 00:33

0.000Air Blank 00:33

# 1 0.218Subject Sample 00:34

1.378Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.203Subject Sample 00:40 Volume Not Met

0.152Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 3 0.233Subject Sample 00:43

2.714Breath Volume 00:43

0.000Air Blank 00:43

0.074Control Test 00:44 Control Outside Tolerance

0.000Air Blank 00:44

Data Download Date/Time: 02/24/2021 15:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1202/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:01

Monroe County SO

MALAK,TIMOTHY

10/10/2022

1217042

Key West PD

FIERRO,ALEXANDER,D

TAYLOR

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.076Control Test 01:01

0.000Air Blank 01:01

# 1 0.216Subject Sample 01:05 Volume Not Met

0.199Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.217Subject Sample 01:07

2.308Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 3 0.229Subject Sample 01:11

3.046Breath Volume 01:11

0.000Air Blank 01:12

0.076Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 02/24/2021 15:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1302/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:40

Key West PD

HUDSON,ANDREW

10/10/2022

1217042

Key West PD

HUDSON,ANDREW,J

SMITHROVITCH

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

# 1 0.207Subject Sample 02:18

1.851Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 02/24/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:24:5602/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:58

05:16

Monroe County SO

DONAVON,KATHLEEN

10/10/2022

1217042

Monroe County SO

DONAVON,KATHLEEN,A

MARTINEZ SANTANA

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:18

0.000Air Blank 06:18

0.078Control Test 06:19

0.000Air Blank 06:19

# 1 0.178Subject Sample 06:20

1.781Breath Volume 06:20

0.000Air Blank 06:21

0.000Air Blank 06:22

# 2 0.166Subject Sample 06:23

2.996Breath Volume 06:23

0.000Air Blank 06:24

0.079Control Test 06:24

0.000Air Blank 06:24

OKDiagnostics Check 06:24

Data Download Date/Time: 02/24/2021 15:02

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:1002/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:06

Key West PD

TELLIER,JEREMEY

10/10/2022

1217042

Key West PD

TELLIER,JEREMEY,J

SCANLON

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.079Control Test 21:17

0.000Air Blank 21:17

# 1Subject Sample 21:17 Subject Test Refused

0.000Breath Volume 21:17

0.000Air Blank 21:18

0.079Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 02/24/2021 15:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:2202/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:09

Key West PD

HUDSON,ANDREW

10/10/2022

1217042

Key West PD

HUDSON,ANDREW,J

PELOSINI

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

# 1 0.205Subject Sample 03:55

3.578Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.190Subject Sample 03:58

3.042Breath Volume 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 02/24/2021 15:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3802/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:50

Monroe County SO

LANE,JONATHAN

08/03/2023

1356262

Monroe County SO

LANE,JONATHAN,M

RILEY

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1Subject Sample 00:08 Subject Test Refused

0.000Breath Volume 00:08

0.000Air Blank 00:08

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 02/24/2021 15:03

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:4402/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:07

Monroe County SO

MARTIN-REYES,JUAN

08/03/2023

1356262

Monroe County SO

MARTIN-REYES,JUAN,C

STONE

02/02/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.080Control Test 00:01

0.000Air Blank 00:01

# 1Subject Sample 00:02 Subject Test Refused

0.000Breath Volume 00:02

0.000Air Blank 00:02

0.080Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 02/24/2021 15:04

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:5402/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

19:12

Monroe County SO

HRADECKY,CORBIN

10/10/2022

1217042

Monroe County SO

DOUTHIRT,IAN,W

SUTCLIFFE

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:44

0.080Control Test 19:44

0.000Air Blank 19:45

# 1 0.202Subject Sample 19:46

1.562Breath Volume 19:46

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.200Subject Sample 19:49

1.257Breath Volume 19:49

0.000Air Blank 19:49

0.079Control Test 19:50

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 03/02/2021 11:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:1002/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:52

Monroe County SO

MORENO,JORGE

10/10/2022

1217042

Monroe County SO

ELMORE,BENJAMIN,R

CROWLEY

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.080Control Test 01:47

0.000Air Blank 01:47

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 03/02/2021 11:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:5502/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:48

22:10

FFWCC (West Palm)

JONES,DANIEL

10/10/2022

1217042

FFWCC (West Palm)

SAPP,BRIAN,L

LASORSA

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.080Control Test 23:09

0.000Air Blank 23:09

# 1 0.094Subject Sample 23:12 Slope Not Level

1.554Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2Subject Sample 23:18 No Sample Provided

0.000Breath Volume 23:18

0.000Air Blank 23:19

0.076Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 03/02/2021 11:52

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:3102/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:45

Monroe County SO

CHANDLER,KYLE

10/10/2022

1217042

Monroe County SO

RODDY,AARON,A

COX

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:30

# 1 0.098Subject Sample 23:31

1.535Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.100Subject Sample 23:34

1.652Breath Volume 23:34

0.000Air Blank 23:35

0.079Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 03/02/2021 11:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:5502/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:14

Monroe County SO

HRADECKY,CORBIN

10/10/2022

1217042

Monroe County SO

GUERRA,WILLIAM,J

HERRADA

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 03/02/2021 11:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:5702/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

01:01

Monroe County SO

HRADECKY,CORBIN

10/10/2022

1217042

Monroe County SO

GUERRA,WILLIAM,J

HERNANDEZ FARINAS

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:40

# 1Subject Sample 01:40 Subject Test Refused

0.000Breath Volume 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 03/02/2021 11:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:4602/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:17

Monroe County SO

HRADECKY,CORBIN

10/10/2022

1217042

Monroe County SO

GUERRA,WILLIAM,J

BLANCO-RODRIGUEZ

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.080Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 03/02/2021 11:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:21:0502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:56

09:38

Monroe County SO

PERLMAN,GREGG

10/10/2022

1217042

FHP Troop E

DOUTHIRT,IAN,W

WITKOWSKI

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:18

0.000Air Blank 12:18

0.080Control Test 12:18

0.000Air Blank 12:19

# 1Subject Sample 12:19 Subject Test Refused

0.000Breath Volume 12:19

0.000Air Blank 12:20

0.079Control Test 12:20

0.000Air Blank 12:21

OKDiagnostics Check 12:21

Data Download Date/Time: 03/02/2021 11:53

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:3802/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:52

Monroe County SO

ELMORE,BENJAMIN

10/10/2022

1217042

Monroe County SO

GUERRA,WILLIAM,J

PARKER

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1 0.235Subject Sample 00:28

1.753Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.229Subject Sample 00:31

1.929Breath Volume 00:31

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 03/02/2021 11:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:3202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:45

Monroe County SO

CHANDLER,KYLE

10/10/2022

1217042

Monroe County SO

VIDAL,NERELYS,

THRELKELD

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:17

# 1Subject Sample 21:18 Subject Test Refused

0.000Breath Volume 21:18

0.000Air Blank 21:18

0.080Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 03/02/2021 11:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:4402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:37

Monroe County SO

MARINO,JUAN CARLOS

10/10/2022

1217042

Monroe County SO

VIDAL,NERELYS,

EDMONDS

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.080Control Test 22:05

0.000Air Blank 22:05

# 1 0.097Subject Sample 22:06

1.191Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.093Subject Sample 22:10

1.265Breath Volume 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 03/02/2021 11:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:2702/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:15

Monroe County SO

CRISTEA,VICTOR

10/10/2022

1217042

Monroe County SO

VIDAL,NERELYS,

GUZMAN

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:00

# 1 0.173Subject Sample 23:02

1.871Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:04

# 2 0.179Subject Sample 23:05

1.222Breath Volume 23:05

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 03/02/2021 11:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:58:1202/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:00

FHP Troop E

DANIELS,DEPUTY

10/10/2022

1217042

Monroe County SO

WILLIAMSON,BRANDEE,E

STEBBINS

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.079Control Test 17:56

0.000Air Blank 17:56

# 1Subject Sample 17:56 Subject Test Refused

0.000Breath Volume 17:56

0.000Air Blank 17:57

0.079Control Test 17:57

0.000Air Blank 17:58

OKDiagnostics Check 17:58

Data Download Date/Time: 03/02/2021 11:54

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:2302/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:20

FHP Troop E

WILLIAMS,DAVID

10/10/2022

1217042

FHP Troop E

WILLIAMS,DAVID,E

DIAZ

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.080Control Test 00:59

0.000Air Blank 00:59

# 1Subject Sample 01:00 Subject Test Refused

0.000Breath Volume 01:00

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 03/02/2021 11:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5502/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:38

21:56

FFWCC (West Palm)

CARROLL,COURTNEY

10/10/2022

1217042

FFWCC (West Palm)

HEIN,PAUL,M

BARB

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:08

0.000Air Blank 23:08

# 1 0.176Subject Sample 23:09

3.785Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.166Subject Sample 23:13

3.281Breath Volume 23:13

0.000Air Blank 23:13

0.078Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 03/02/2021 11:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:5002/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

21:06

Monroe County SO

VIDAL,NERELYS

10/10/2022

1217042

Monroe County SO

VIDAL,NERELYS,

GIPSON

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

# 1Subject Sample 22:31 Subject Test Refused

0.000Breath Volume 22:31

0.000Air Blank 22:31

0.080Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 03/02/2021 11:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:4102/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:10

Monroe County SO

MORENO,JORGE

10/10/2022

1217042

Monroe County SO

GUERRA,WILLIAM,J

FRIEDEN

02/03/2021

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:49

# 1Subject Sample 20:49 Subject Test Refused

0.000Breath Volume 20:49

0.000Air Blank 20:49

0.080Control Test 20:50

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 03/02/2021 11:55

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:1402/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:24

Ocala PD

DECKER,JORDAN

04/01/2023

1305520

Ocala PD

DECKER,JORDAN,A

FERRARO

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.082Control Test 20:24

0.000Air Blank 20:24

# 1 0.131Subject Sample 20:27

2.207Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.128Subject Sample 20:31

2.101Breath Volume 20:31

0.000Air Blank 20:32

0.080Control Test 20:32

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:4702/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:34

FHP Troop B

GURRIERI,JOHN

04/01/2023

1305520

FHP Troop B

GURRIERI,JOHN,V

JIMENEZ MARTINEZ

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.082Control Test 21:52

0.000Air Blank 21:53

# 1 0.195Subject Sample 21:54

1.664Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.194Subject Sample 21:58

1.546Breath Volume 21:58

0.000Air Blank 21:58

0.079Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:3202/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:38

Ocala PD

JOEDICKE,WILLIAM

04/01/2023

1305520

Ocala PD

JOEDICKE,WILLIAM,R

PAGLIARA

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

# 1 0.160Subject Sample 23:20

2.343Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.149Subject Sample 23:23

2.601Breath Volume 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:3802/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:15

Marion County SO

ZEZUSKI,JIMMY

12/13/2022

1249794

Marion County SO

ZEZUSKI,JIMMY,J

COMBS

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:09

0.000Air Blank 20:09

0.081Control Test 20:10

0.000Air Blank 20:10

# 1 0.232Subject Sample 20:11

1.128Breath Volume 20:11

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.216Subject Sample 20:13

1.171Breath Volume 20:13

0.000Air Blank 20:14

0.081Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:5602/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

18:36

FHP Troop B

DETWEILER,BRETT

04/01/2023

1305520

FHP Troop B

DETWEILER,BRETT,R

MORRISON JR

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:29

# 1 0.134Subject Sample 20:32 Volume Not Met

0.070Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.121Subject Sample 20:37

1.207Breath Volume 20:37

0.000Air Blank 20:39

0.000Air Blank 20:40

# 3 0.124Subject Sample 20:43 Volume Not Met

0.085Breath Volume 20:43

Air Blank 20:44 Purge Fail

0.000Air Blank 20:44

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:2902/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:39

Marion County SO

PETERSON,KIP

04/01/2023

1305520

Marion County SO

PETERSON,KIP,J

EBEN

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

# 1 0.112Subject Sample 02:49

1.207Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.114Subject Sample 02:52

1.125Breath Volume 02:52

0.000Air Blank 02:53

0.079Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:5402/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:00

Marion County SO

LOWDER,MICHAEL

12/13/2022

1249794

Marion County SO

LOWDER,MICHAEL,P

SIEG

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:50

0.000Air Blank 16:51

0.081Control Test 16:51

0.000Air Blank 16:52

# 1 0.000Subject Sample 16:52

3.535Breath Volume 16:52

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.000Subject Sample 16:55

4.675Breath Volume 16:55

0.000Air Blank 16:55

0.080Control Test 16:56

0.000Air Blank 16:56

OKDiagnostics Check 16:56

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:24:5002/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

15:20

Marion County SO

BAKER,MATTHEW

04/01/2023

1305520

Marion County SO

BURGESS,JAMES,W

HUGGARD

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:18

0.000Air Blank 17:18

0.081Control Test 17:18

0.000Air Blank 17:19

# 1 0.000Subject Sample 17:20

2.144Breath Volume 17:20

0.000Air Blank 17:20

0.000Air Blank 17:22

# 2 0.000Subject Sample 17:23

2.257Breath Volume 17:23

0.000Air Blank 17:23

0.082Control Test 17:24

0.000Air Blank 17:24

OKDiagnostics Check 17:24

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:3702/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:29

Marion County SO

HORNE,SAMANTHA

04/01/2023

1305520

Marion County SO

HORNE,SAMANTHA,J

BRUNO

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.081Control Test 18:14

0.000Air Blank 18:15

# 1Subject Sample 18:18 No Sample Provided

0.000Breath Volume 18:18

0.000Air Blank 18:19

0.000Air Blank 18:21

# 2Subject Sample 18:21 Subject Test Refused

0.000Breath Volume 18:21

0.000Air Blank 18:21

0.081Control Test 18:21

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:1902/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

18:20

Marion County SO

RAFFERTY,C

04/01/2023

1305520

Marion County SO

RAFFERTY,CHRIS,J

DOTZLER

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:03

0.081Control Test 19:03

0.000Air Blank 19:04

# 1 0.270Subject Sample 19:04

2.527Breath Volume 19:04

0.000Air Blank 19:05

0.000Air Blank 19:07

# 2 0.265Subject Sample 19:07

2.292Breath Volume 19:07

0.000Air Blank 19:08

0.080Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:5402/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:35

Marion County SO

HORNE,SAMANTHA

04/01/2023

1305520

Marion County SO

HORNE,SAMANTHA,J

WEBB

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.081Control Test 20:17

0.000Air Blank 20:17

# 1 0.239Subject Sample 20:18

3.011Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:20

# 2 0.230Subject Sample 20:21

2.761Breath Volume 20:21

Air Blank 20:22 Purge Fail

0.000Air Blank 20:22

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:2702/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:35

Marion County SO

HORNE,SAMANTHA

04/01/2023

1305520

Marion County SO

HORNE,SAMANTHA,J

WEBB

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.079Control Test 20:28

0.000Air Blank 20:29

# 1 0.231Subject Sample 20:29

2.472Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.224Subject Sample 20:32

2.757Breath Volume 20:32

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:5502/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

22:00

Marion County SO

TRIPP,JORDAN

04/01/2023

1305520

Marion County SO

TRIPP,JORDAN,E

WAUGH

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.081Control Test 22:25

0.000Air Blank 22:25

# 1 0.147Subject Sample 22:26

1.785Breath Volume 22:26

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.139Subject Sample 22:29

1.667Breath Volume 22:29

0.000Air Blank 22:29

0.079Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2802/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:09

Marion County SO

PETERSON,KIP

04/01/2023

1305520

Marion County SO

PETERSON,KIP,J

GODOY

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

# 1 0.055Subject Sample 01:01

1.203Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:03

# 2 0.059Subject Sample 01:04

2.042Breath Volume 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 02/25/2021 11:28

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4002/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:55

Marion County SO

PETERSON,KIP

04/01/2023

1305520

Marion County SO

PETERSON,KIP,J

BRADFORD

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:47

# 1 0.112Subject Sample 02:50

1.296Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.112Subject Sample 02:53

2.023Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:45:4602/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:15

14:59

Marion County SO

LOWDER,MICHAEL

12/13/2022

1249794

Marion County SO

LOWDER,MICHAEL,P

HEATH

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:38

0.000Air Blank 15:39

0.081Control Test 15:39

0.000Air Blank 15:40

# 1 0.000Subject Sample 15:41

2.812Breath Volume 15:41

0.000Air Blank 15:41

0.000Air Blank 15:43

# 2 0.000Subject Sample 15:44

3.144Breath Volume 15:44

0.000Air Blank 15:44

0.079Control Test 15:45

0.000Air Blank 15:45

OKDiagnostics Check 15:45

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:3702/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:15

FHP Troop B

ORCHARD,DUSTIN

04/01/2023

1305520

FHP Troop B

ORCHARD,DUSTIN,M

URBINA

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.081Control Test 22:03

0.000Air Blank 22:03

# 1Subject Sample 22:04 Subject Test Refused

0.000Breath Volume 22:04

0.000Air Blank 22:04

0.082Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:0902/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

22:15

FHP Troop B

WHITMORE,JAMES

12/13/2022

1249794

FHP Troop B

WHITMORE,JAMES,D

HERRERA ROJO

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:26

# 1 0.210Subject Sample 00:27

1.804Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.200Subject Sample 00:33

1.542Breath Volume 00:33

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5402/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:41

Ocala PD

MOOREHEAD,DAVID

04/01/2023

1305520

Ocala PD

MOOREHEAD,DAVID,L

BALLARD

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.082Control Test 02:10

0.000Air Blank 02:10

# 1 0.206Subject Sample 02:11

1.121Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2 0.207Subject Sample 02:15

1.472Breath Volume 02:15

0.000Air Blank 02:15

0.081Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:00:2502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:33

04:58

Marion County SO

PETERSON,KIP

04/01/2023

1305520

Marion County SO

PETERSON,KIP,J

BREWER

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:54

0.081Control Test 05:54

0.000Air Blank 05:55

# 1 0.227Subject Sample 05:55

2.750Breath Volume 05:55

0.000Air Blank 05:56

0.000Air Blank 05:58

# 2 0.235Subject Sample 05:58

2.558Breath Volume 05:58

0.000Air Blank 05:59

0.081Control Test 05:59

0.000Air Blank 06:00

OKDiagnostics Check 06:00

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:3202/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

17:10

FHP Troop B

WILDEMAN STUART,JORDAN

04/01/2023

1305520

FHP Troop B

ORCHARD,DUSTIN,M

COOK

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.081Control Test 18:27

0.000Air Blank 18:27

# 1 0.098Subject Sample 18:28

1.292Breath Volume 18:28

0.000Air Blank 18:29

0.000Air Blank 18:31

# 2 0.105Subject Sample 18:31

1.105Breath Volume 18:31

0.000Air Blank 18:32

0.081Control Test 18:32

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:39

Marion County SO

WEST,R

04/01/2023

1305520

Marion County SO

WEST,R,

WILLIAMS

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.082Control Test 01:58

0.000Air Blank 01:59

# 1 0.163Subject Sample 02:01

1.390Breath Volume 02:01

Air Blank 02:02 Purge Fail

0.000Air Blank 02:02

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:3102/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:39

Marion County SO

WEST,R

04/01/2023

1305520

Marion County SO

WEST,R,

WILLIAMS

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.078Control Test 02:06

0.000Air Blank 02:06

# 1 0.161Subject Sample 02:07

1.496Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.154Subject Sample 02:13 Volume Not Met

0.183Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 3 0.150Subject Sample 02:16

1.355Breath Volume 02:16

0.000Air Blank 02:17

0.078Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:26:5402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:54

11:14

Belleview PD

ESQUIVEL,CHRISTINA

04/10/2023

1305520

Belleview PD

ESQUIVEL,CHRISTINA,T

KELLIHER

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:19

0.000Air Blank 12:19

0.081Control Test 12:20

0.000Air Blank 12:20

# 1 0.222Subject Sample 12:21

2.515Breath Volume 12:21

0.000Air Blank 12:22

0.000Air Blank 12:24

# 2 0.228Subject Sample 12:25

2.542Breath Volume 12:25

0.000Air Blank 12:25

0.080Control Test 12:26

0.000Air Blank 12:26

OKDiagnostics Check 12:26

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:4702/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:20

Marion County SO

PETERSON,KIP

04/01/2023

1305520

Marion County SO

PETERSON,KIP,J

FOLSOM

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:19

# 1 0.000Subject Sample 02:19

2.167Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.000Subject Sample 02:23

2.417Breath Volume 02:23

0.000Air Blank 02:23

0.082Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:3102/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:56

Marion County SO

RAFFERTY,CHRISTOPHER

04/01/2023

1305520

Marion County SO

RAFFERTY,CHRISTOPHER,J

KHAN

01/11/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.081Control Test 00:51

0.000Air Blank 00:52

# 1 0.254Subject Sample 00:52

2.019Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.222Subject Sample 00:55

1.101Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 3 0.233Subject Sample 00:58

1.535Breath Volume 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 02/25/2021 11:29

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2302/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

23:15

FHP Troop B

ORCHARD,DUSTIN

04/01/2023

1305520

FHP Troop B

ORCHARD,DUSTIN,M

COMPTON

02/25/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.079Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 03/23/2021 15:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:5502/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:33

Marion County SO

PETERSON,KIP

04/01/2023

1305520

Marion County SO

PETERSON,KIP,J

SMITH

02/25/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.133Subject Sample 02:42

1.882Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.139Subject Sample 02:45

2.703Breath Volume 02:45

0.000Air Blank 02:45

0.080Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 03/23/2021 15:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:1002/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:20

21:39

FFWCC (Ocala)

HAYES,JARED

04/01/2023

1305520

FFWCC (Ocala)

HAYES,JARED,A

SOTO

02/25/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

# 1Subject Sample 22:54 Subject Test Refused

0.000Breath Volume 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 03/23/2021 15:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3002/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:20

Pensacola PD

MCMAHON,KENNETH

06/20/2022

1160200

Pensacola PD

MCMAHON,KENNETH,J

CAMPBELL

01/08/2021

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 22:59

# 1 0.000Subject Sample 23:00

3.187Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.000Subject Sample 23:03

2.562Breath Volume 23:03

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 03/18/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:3102/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:28

Pensacola PD

LEACH,ZACHARY

06/20/2022

1160200

Pensacola PD

LEACH,ZACHARY,M

RUSSELL

02/04/2021

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

# 1 0.245Subject Sample 03:50

2.562Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.243Subject Sample 03:52

3.031Breath Volume 03:52

0.000Air Blank 03:53

0.077Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 03/18/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:2702/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:10

FHP Troop G

MILLS,SCOTT

01/05/2022

30219080A3

FHP Troop G

MILLS,SCOTT,T

TRAN

01/06/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.077Control Test 05:02

0.000Air Blank 05:02

# 1 0.114Subject Sample 05:02

3.640Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.113Subject Sample 05:05

3.777Breath Volume 05:05

0.000Air Blank 05:06

0.077Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 02/08/2021 09:14

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4502/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:22

FHP Troop G

MILLS,SCOTT

01/05/2022

30219080A3

FHP Troop G

MILLS,SCOTT,T

ABRIL

01/06/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.078Control Test 01:02

0.000Air Blank 01:02

# 1 0.157Subject Sample 01:03

3.222Breath Volume 01:03

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.164Subject Sample 01:06

4.378Breath Volume 01:06

0.000Air Blank 01:06

0.078Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 02/08/2021 09:15

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:0702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:29

St. John's County SO

MONIE,JARED

01/05/2022

30219080A3

St. John's County SO

MONIE,JARED,P

MATISKA

01/06/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

Air Blank 03:55 RFI Detect

0.000Air Blank 03:56

Data Download Date/Time: 02/08/2021 09:15

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3002/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:29

St. John's County SO

MONIE,JARED

01/05/2022

30219080A3

St. John's County SO

MONIE,JARED,P

MATISKA

01/06/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.078Control Test 03:58

0.000Air Blank 03:58

# 1 0.186Subject Sample 03:59

2.859Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.180Subject Sample 04:01

2.234Breath Volume 04:01

0.000Air Blank 04:02

0.076Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 02/08/2021 09:15

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:1702/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:02

St. Augustine PD

YARBOROUGH,ERIC

01/05/2022

30219080A3

St. Augustine PD

YARBOROUGH,ERIC,L

KOKOLIAS

01/06/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.078Control Test 00:39

0.000Air Blank 00:39

# 1Subject Sample 00:42 No Sample Provided

0.000Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.129Subject Sample 00:46

2.960Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 3Subject Sample 00:48 Subject Test Refused

0.000Breath Volume 00:48

0.000Air Blank 00:49

0.078Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 02/08/2021 09:15

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0302/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:12

St. John's County SO

THOMPSON,MASON

07/05/2022

14020080A2

St. John's County SO

THOMPSON,MASON,E

MACALLISTER

02/08/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

# 1 0.187Subject Sample 02:47

1.707Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.196Subject Sample 02:50

2.066Breath Volume 02:50

0.000Air Blank 02:51

0.078Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:52

Data Download Date/Time: 03/18/2021 09:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:4002/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:22

FHP Troop G

MILLS,SCOTT

07/05/2022

14020080A2

FHP Troop G

MILLS,SCOTT,T

SCHMALOWSKI

02/08/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:33

# 1 0.000Subject Sample 02:34

3.410Breath Volume 02:34

Air Blank 02:34 RFI Detect

0.000Air Blank 02:34

0.078Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 03/18/2021 09:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1902/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:22

FHP Troop G

MILLS,SCOTT

07/05/2022

14020080A2

FHP Troop G

MILLS,SCOTT,T

SCHMALOWSKI

02/08/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.078Control Test 02:37

0.000Air Blank 02:37

# 1 0.000Subject Sample 02:38

4.082Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.000Subject Sample 02:41

3.812Breath Volume 02:41

0.000Air Blank 02:42

0.078Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 03/18/2021 09:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:3502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:58

St. John's County SO

THOMPSON,MASON

07/05/2022

14020080A2

St. John's County SO

THOMPSON,MASON,E

LYNCH

02/08/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:57

# 1Subject Sample 20:57 Subject Test Refused

0.000Breath Volume 20:57

0.000Air Blank 20:57

0.079Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 03/18/2021 09:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:4902/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:59

St. Augustine Beach

BRIGGS,JASON

07/05/2022

14020080A2

St. John's County SO

WRIGHT,BRYAN,M

CROWE

02/08/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.078Control Test 23:56

0.000Air Blank 23:56

# 2 0.075Subject Sample 23:58

2.140Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.069Subject Sample 00:01

1.839Breath Volume 00:01

0.000Air Blank 00:01

0.076Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 03/18/2021 09:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4502/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:09

St. Augustine Beach

HETZLER,BRANDON

07/05/2022

14020080A2

St. John's County SO

WRIGHT,BRYAN,M

MUNGAL

02/08/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:49

# 1 0.161Subject Sample 01:50

1.652Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.156Subject Sample 01:54

1.929Breath Volume 01:54

0.000Air Blank 01:54

0.077Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 03/18/2021 09:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:27:0602/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

09:53

St. John's County SO

TUSHA,JYLTON

07/05/2022

14020080A2

St. John's County SO

ADAMS,SEAN,C

DAVIS

02/08/2021

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:11

0.000Air Blank 11:11

0.079Control Test 11:11

0.000Air Blank 11:12

# 1 0.167Subject Sample 11:15 Volume Not Met

0.085Breath Volume 11:15

0.000Air Blank 11:16

0.000Air Blank 11:17

# 2 0.161Subject Sample 11:20

1.812Breath Volume 11:20

0.000Air Blank 11:20

0.000Air Blank 11:22

# 3Subject Sample 11:25 No Sample Provided

0.000Breath Volume 11:25

0.000Air Blank 11:26

0.078Control Test 11:26

0.000Air Blank 11:27

OKDiagnostics Check 11:27

Data Download Date/Time: 03/18/2021 09:44

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:24:0102/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:18

Walton County SO

VANCLEVE,TRENTON

01/05/2022

30219080A3

Walton County SO

MCGHEE,DARRYL,A

NICHOLS

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:22

0.000Air Blank 17:23

0.074Control Test 17:23 Control Outside Tolerance

0.000Air Blank 17:24

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:2902/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:18

Walton County SO

VANCLEVE,TRENTON

01/05/2022

30219080A3

Walton County SO

MCGHEE,DARRYL,A

NICHOLS

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:26

0.074Control Test 17:26 Control Outside Tolerance

0.000Air Blank 17:27

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:1802/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:18

Walton County SO

VANCLEVE,TRENTON

01/05/2022

30219080A3

Walton County SO

MCGHEE,DARRYL,A

NICHOLS

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:29

0.000Air Blank 17:29

0.075Control Test 17:30

0.000Air Blank 17:30

# 1 0.291Subject Sample 17:32

4.570Breath Volume 17:32

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.286Subject Sample 17:35

4.550Breath Volume 17:35

0.000Air Blank 17:36

0.073Control Test 17:36 Control Outside Tolerance

0.000Air Blank 17:37

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:40:5602/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:18

Walton County SO

VANCLEVE,TRENTON

01/05/2022

30219080A3

Walton County SO

MCGHEE,DARRYL,A

NICHOLS

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:39

0.000Air Blank 17:40

0.074Control Test 17:40 Control Outside Tolerance

0.000Air Blank 17:40

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:4502/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:18

Walton County SO

VANCLEVE,TRENTON

01/05/2022

30219080A3

Walton County SO

MCGHEE,DARRYL,A

NICHOLS

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:42

0.000Air Blank 17:42

0.075Control Test 17:42

0.000Air Blank 17:43

# 1 0.294Subject Sample 17:44

4.398Breath Volume 17:44

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.280Subject Sample 17:47

3.156Breath Volume 17:47

0.000Air Blank 17:47

0.074Control Test 17:48 Control Outside Tolerance

0.000Air Blank 17:48

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:0302/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:18

Walton County SO

VANCLEVE,TRENTON

01/05/2022

30219080A3

Walton County SO

MCGHEE,DARRYL,A

NICHOLS

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.075Control Test 17:56

0.000Air Blank 17:56

# 1 0.272Subject Sample 17:57

3.480Breath Volume 17:57

0.000Air Blank 17:58

0.000Air Blank 17:59

# 2 0.268Subject Sample 18:00

3.777Breath Volume 18:00

0.000Air Blank 18:01

0.075Control Test 18:01

0.000Air Blank 18:01

OKDiagnostics Check 18:02

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:2802/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:46

Walton County SO

LOVEJOY,MATTHEW

01/05/2022

30219080A3

Walton County SO

NASH,JOSHUA,D

FLANAGAN

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.077Control Test 21:47

0.000Air Blank 21:48

# 1 0.210Subject Sample 21:49

2.328Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.206Subject Sample 21:52

2.593Breath Volume 21:52

0.000Air Blank 21:53

0.078Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:0402/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:47

Walton County SO

NASH,JOSHUA

01/05/2022

30219080A3

Walton County SO

NASH,JOSHUA,D

CROWE

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.078Control Test 00:55

0.000Air Blank 00:55

# 1 0.169Subject Sample 00:56

1.156Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.190Subject Sample 01:00

2.109Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:02

# 3 0.183Subject Sample 01:03

1.757Breath Volume 01:03

0.000Air Blank 01:04

0.075Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:05

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:08:0102/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

14:49

Walton County SO

MCINTOSH,ZANE

01/05/2022

30219080A3

Walton County SO

MCINTOSH,ZANE,R

WRIGHT

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:55

0.000Air Blank 15:56

0.077Control Test 15:56

0.000Air Blank 15:57

# 1 0.000Subject Sample 15:57

2.582Breath Volume 15:57

0.000Air Blank 15:58

0.000Air Blank 16:00

# 2Subject Sample 16:03 No Sample Provided

0.000Breath Volume 16:03

0.000Air Blank 16:03

0.000Air Blank 16:05

# 3 0.000Subject Sample 16:06

1.921Breath Volume 16:06

0.000Air Blank 16:07

0.076Control Test 16:07

0.000Air Blank 16:07

OKDiagnostics Check 16:08

Data Download Date/Time: 03/15/2021 18:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:3002/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:56

Walton County SO

CARDENAS,ADAM

01/05/2022

30219080A3

Walton County SO

COKONOUHER,ROBERT,F

TORRES

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.076Control Test 23:18

0.000Air Blank 23:19

# 1 0.131Subject Sample 23:22 Volume Not Met

0.179Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:24

# 2Subject Sample 23:28 No Sample Provided

0.000Breath Volume 23:28

0.000Air Blank 23:28

0.076Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 03/15/2021 18:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:2802/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:25

Walton County SO

COKONOUGHER,ROBERT

01/05/2022

30219080A3

Walton County SO

COKONOUGHER,ROBERT,F

MEIER

02/02/2021

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.076Control Test 23:51

0.000Air Blank 23:52

# 2Subject Sample 23:55 No Sample Provided

0.000Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:57

# 1Subject Sample 00:01 No Sample Provided

0.000Breath Volume 00:01

0.000Air Blank 00:01

0.077Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 03/15/2021 18:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:5702/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

05:08

Homestead PD

RODRIGUEZ,RAUL

11/21/2022

1237851

Homestead PD

RODRIGUEZ,RAUL,

COLLIER

01/25/2021

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:47

0.081Control Test 05:47

0.000Air Blank 05:48

# 1Subject Sample 05:48 RFI Detect

0.000Breath Volume 05:48

0.000Air Blank 05:48

0.081Control Test 05:49

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 02/11/2021 11:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:5802/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

05:06

Homestead PD

RODRIGUEZ,RAUL

11/21/2022

1237851

Homestead PD

RODRIGUEZ,RAUL,

COLLIER

01/25/2021

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.081Control Test 05:53

0.000Air Blank 05:53

# 1 0.177Subject Sample 05:56

1.207Breath Volume 05:56

0.000Air Blank 05:57

0.000Air Blank 05:58

# 2 0.178Subject Sample 06:00

1.199Breath Volume 06:00

0.000Air Blank 06:01

0.076Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 02/11/2021 11:00

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0202/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:38

Homestead PD

GARCIA,NIVIA

11/21/2022

1237851

Homestead PD

GARCIA,NIVIA,M

ROSALES

01/25/2021

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.081Control Test 01:35

Air Blank 01:35 RFI Detect

0.000Air Blank 01:36

Data Download Date/Time: 02/11/2021 11:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007380CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2802/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:38

Homestead PD

GARCIA,NIVIA

11/21/2022

1237851

Homestead PD

GARCIA,NIVIA,M

ROSALES

01/25/2021

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.080Control Test 01:40

0.000Air Blank 01:40

# 1Subject Sample 01:41 Subject Test Refused

0.000Breath Volume 01:41

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 02/11/2021 11:01

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3702/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:03

Broward County SO

SOUZA,MAYKOLL

06/17/2022

1157961

FHP Troop L

GRAY,SANDRA,

MIKULIN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:04

# 1 0.000Subject Sample 02:05

2.035Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:08

2.496Breath Volume 02:08

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:1602/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:04

Broward County SO

BROWN,EDDIE

06/17/2022

1157961

Plantation PD

TILLMAN,SHEILA,L

ARANA

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:50

# 1 0.143Subject Sample 04:51

2.382Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:53

# 2 0.145Subject Sample 04:54

2.722Breath Volume 04:54

0.000Air Blank 04:55

0.079Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:4302/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:35

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

GRAY,SANDRA,

COTELLESSE

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.080Control Test 20:43

0.000Air Blank 20:44

# 1 0.170Subject Sample 20:45

2.167Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.188Subject Sample 20:48

1.863Breath Volume 20:48

0.000Air Blank 20:48

0.080Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:58:0702/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:29

05:19

Broward County SO

LALANE,LYNN

06/17/2022

1157961

OTHER State

TILLMAN,SHEILA,L

KENT

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:51

0.000Air Blank 06:51

0.079Control Test 06:52

0.000Air Blank 06:52

# 1 0.155Subject Sample 06:53

2.660Breath Volume 06:53

0.000Air Blank 06:53

0.000Air Blank 06:55

# 2 0.151Subject Sample 06:56

2.472Breath Volume 06:56

0.000Air Blank 06:57

0.079Control Test 06:57

0.000Air Blank 06:58

OKDiagnostics Check 06:58

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:4202/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:19

Broward County SO

FACCINI,DAVID

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

CANION

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.080Control Test 01:00

0.000Air Blank 01:00

# 1 0.130Subject Sample 01:01

1.707Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.125Subject Sample 01:04

1.683Breath Volume 01:04

0.000Air Blank 01:04

0.080Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2302/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:02

Broward County SO

POPICK,SCOTT

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

KING

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

# 1 0.169Subject Sample 01:42

1.722Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.167Subject Sample 01:45

1.773Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:4102/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:33

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

GRAY,SANDRA,

GLENN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.081Control Test 01:27

0.000Air Blank 01:27

# 1 0.286Subject Sample 01:28

2.398Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.285Subject Sample 01:30

2.449Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4902/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:50

Broward County SO

CAMPBELL,SHELBY

06/17/2022

1157961

Broward County SO

TILLMAN,SHEILA,L

ELSNER

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.081Control Test 01:56

0.000Air Blank 01:56

# 1Subject Sample 01:59 No Sample Provided

0.000Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:02

0.081Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:02:2902/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:35

07:25

Broward County SO

TAYLOR,ANDREW

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

DUNN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:55

0.000Air Blank 08:56

0.081Control Test 08:56

0.000Air Blank 08:57

# 1 0.125Subject Sample 08:57

2.199Breath Volume 08:57

0.000Air Blank 08:58

0.000Air Blank 09:00

# 2 0.118Subject Sample 09:00

1.468Breath Volume 09:00

0.000Air Blank 09:01

0.081Control Test 09:01

0.000Air Blank 09:02

OKDiagnostics Check 09:02

Data Download Date/Time: 03/03/2021 11:10

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:2302/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

23:21

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

JONES,LA'TECE,L

PETILLI

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:56

# 1 0.280Subject Sample 00:57

2.445Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.278Subject Sample 01:00

2.343Breath Volume 01:00

0.000Air Blank 01:01

0.078Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:2502/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

00:15

Broward County SO

PETERKIN,MARSHANE

06/17/2022

1157961

OTHER State

TILLMAN,SHEILA,L

COSTON

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:04

# 1 0.209Subject Sample 02:04

1.843Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.206Subject Sample 02:07

2.050Breath Volume 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:5302/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:24

18:29

Broward County SO

DIAZ,J

06/17/2022

1157961

Hallandale Beach PD

FRAZIER,ANAYA,S

GALE

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:44

0.000Air Blank 19:44

0.080Control Test 19:45

0.000Air Blank 19:45

# 1 0.177Subject Sample 19:48 Volume Not Met

0.507Breath Volume 19:48

0.000Air Blank 19:49

0.000Air Blank 19:51

# 2 0.215Subject Sample 19:52

1.835Breath Volume 19:52

0.000Air Blank 19:52

0.000Air Blank 19:54

# 3 0.222Subject Sample 19:55

2.160Breath Volume 19:55

0.000Air Blank 19:55

0.078Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1802/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:16

Broward County SO

HOLLOWAY,DEVARIOUS

06/17/2022

1157961

Broward County SO

JONES,LA'TECE,L

DUNLAP

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

# 1 0.187Subject Sample 02:19

2.539Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.188Subject Sample 02:22

3.382Breath Volume 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:3002/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

17:58

Broward County SO

MCEACHIN,SCOTT

06/17/2022

1157961

FHP Troop L

GRAY,SANDRA,

FOULKES

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.080Control Test 19:29

0.000Air Blank 19:30

# 1 0.132Subject Sample 19:33 Volume Not Met

0.207Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:35

# 2 0.126Subject Sample 19:36

1.250Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:39

# 3 0.134Subject Sample 19:40

1.429Breath Volume 19:40

0.000Air Blank 19:41

0.080Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4602/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:22

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

GRAY,SANDRA,

CRUZ

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:28

# 1 0.139Subject Sample 00:30

1.863Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:32

# 2 0.148Subject Sample 00:34

1.484Breath Volume 00:34

0.000Air Blank 00:34

0.078Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:4502/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:25

Broward County SO

DUKE,CASEY

06/17/2022

1157961

Broward County SO

GRAY,SANDRA,

ERIKSON

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

# 1 0.227Subject Sample 02:17

2.921Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.249Subject Sample 02:20

1.875Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 3 0.238Subject Sample 02:24

3.160Breath Volume 02:24

0.000Air Blank 02:24

0.078Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4402/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

01:45

Broward County SO

MOSES,MICHAEL

06/17/2022

1157961

Broward County SO

TILLMAN,SHEILA,L

CAMARA

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:32

# 1 0.202Subject Sample 03:33

1.582Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.197Subject Sample 03:36

1.261Breath Volume 03:36

0.000Air Blank 03:37

0.078Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:3302/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:40

Broward County SO

CAMPBELL,SHELBY

06/17/2022

1157961

Broward County SO

TILLMAN,SHEILA,L

PAULK

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

# 1 0.177Subject Sample 22:35

2.074Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.160Subject Sample 22:38

1.886Breath Volume 22:38

0.000Air Blank 22:39

0.080Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5702/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:37

Broward County SO

ARMSTRONG,BRITTANY

06/17/2022

1157961

Broward County SO

JONES,LA'TECE,L

GARCIA CHACON

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

# 1 0.205Subject Sample 01:41

2.003Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.205Subject Sample 01:45

2.269Breath Volume 01:45

0.000Air Blank 01:45

0.079Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:47:0202/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:15

13:04

Broward County SO

COLLINS,ALBERT

06/17/2022

1157961

FHP Troop L

GRAY,SANDRA,

ALFONSO

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:40

0.000Air Blank 14:41

0.081Control Test 14:41

0.000Air Blank 14:41

# 1 0.000Subject Sample 14:42

1.683Breath Volume 14:42

0.000Air Blank 14:43

0.000Air Blank 14:45

# 2 0.000Subject Sample 14:45

2.375Breath Volume 14:45

0.000Air Blank 14:46

0.080Control Test 14:46

0.000Air Blank 14:46

OKDiagnostics Check 14:47

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:0602/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

19:45

Broward County SO

FALCON,ALEX

06/17/2022

1157961

Hollywood PD

FRAZIER,ANAYA,S

CABRAL

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.081Control Test 21:02

0.000Air Blank 21:02

# 1 0.103Subject Sample 21:03

1.320Breath Volume 21:03

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.107Subject Sample 21:07

1.691Breath Volume 21:07

0.000Air Blank 21:08

0.080Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 03/03/2021 11:11

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:03:2802/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:33

12:05

Broward County SO

BARTLETT,AMY

06/17/2022

1157961

Broward County SO

GRAY,SANDRA,

RICHARDSON

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:57

0.000Air Blank 12:57

0.081Control Test 12:57

0.000Air Blank 12:58

# 1 0.000Subject Sample 12:58

3.796Breath Volume 12:58

0.000Air Blank 12:59

0.000Air Blank 13:01

# 2 0.000Subject Sample 13:02

2.625Breath Volume 13:02

0.000Air Blank 13:02

0.080Control Test 13:02

0.000Air Blank 13:03

OKDiagnostics Check 13:03

Data Download Date/Time: 03/03/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:4802/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

18:44

Broward County SO

BEAUREGARD,JEFF

06/17/2022

1157961

Plantation PD

TILLMAN,SHEILA,L

BALLOTTA

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.080Control Test 20:00

0.000Air Blank 20:01

# 1Subject Sample 20:03 Subject Test Refused

0.000Breath Volume 20:03

0.000Air Blank 20:03

0.081Control Test 20:04

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 03/03/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:4402/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:25

Broward County SO

POPICK,SCOTT

06/17/2022

1157961

Broward County SO

GRAY,SANDRA,

DOUCETTE

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.081Control Test 22:26

0.000Air Blank 22:27

# 1 0.084Subject Sample 22:27

3.425Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.085Subject Sample 22:30

3.183Breath Volume 22:30

0.000Air Blank 22:31

0.080Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 03/03/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4502/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:55

Broward County SO

POPICK,SCOTT

06/17/2022

1157961

Broward County SO

GRAY,SANDRA,

MURILLO

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.081Control Test 03:46

0.000Air Blank 03:46

# 1 0.221Subject Sample 03:47

1.941Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.211Subject Sample 03:50

2.496Breath Volume 03:50

0.000Air Blank 03:51

0.077Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 03/03/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:3502/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:14

Broward County SO

HOLLOWAY,DEVARIOUS

06/17/2022

1157961

Broward County SO

JONES,LA'TECE,L

ROBINSON

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

# 1 0.070Subject Sample 04:14

2.855Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.065Subject Sample 04:17

2.257Breath Volume 04:17

0.000Air Blank 04:18

0.081Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 03/03/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:4902/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:54

Broward County SO

GUZMAN,JOSE

06/17/2022

1157961

Broward County SO

TILLMAN,SHEILA,L

BONILLA

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:50

# 1 0.157Subject Sample 04:51

1.710Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.163Subject Sample 04:54

1.894Breath Volume 04:54

0.000Air Blank 04:54

0.080Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 03/03/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:4202/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

17:36

Broward County SO

FALCON,ALEJANDRO

06/17/2022

1157961

Broward County SO

JONES,LA'TECE,L

BOYLAN

02/03/2021

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:09

0.000Air Blank 19:10

0.081Control Test 19:10

0.000Air Blank 19:11

# 1 0.329Subject Sample 19:11

1.703Breath Volume 19:11

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.325Subject Sample 19:14

1.519Breath Volume 19:14

0.000Air Blank 19:15

0.080Control Test 19:16

0.000Air Blank 19:16

OKDiagnostics Check 19:16

Data Download Date/Time: 03/03/2021 11:12

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:4402/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:44

Suwannee County SO

FERGUSON,CHRISTOPHER

03/05/2022

04120080A1

Suwannee County SO

HARDEN,BRANDIE,L

COBBS

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:16

# 1 0.289Subject Sample 00:17

1.906Breath Volume 00:17

Air Blank 00:17 Improper Sample

Air Blank 00:18 Purge Fail

0.000Air Blank 00:18

Data Download Date/Time: 03/02/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:1902/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:44

Suwannee County SO

FERGUSON,CHRISTOPHER

03/05/2022

04120080A1

Suwannee County SO

HARDEN,BRANDIE,L

COBBS

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.066Control Test 00:21 Control Outside Tolerance

0.000Air Blank 00:22

Data Download Date/Time: 03/02/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:5202/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:44

Suwannee County SO

FERGUSON,CHRISTOPHER

03/05/2022

04120080A1

Suwannee County SO

HARDEN,BRANDIE,L

COBBS

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

# 1 0.305Subject Sample 00:25

1.847Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.275Subject Sample 00:29

1.851Breath Volume 00:29

Air Blank 00:30 Purge Fail

0.000Air Blank 00:30

Data Download Date/Time: 03/02/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:4602/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

20:05

Live Oak PD

DEL SASSO,M

03/05/2022

04120080A1

Live Oak PD

NICHOLSON,M,

VELASQUEZ

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:34

0.000Air Blank 20:34

0.081Control Test 20:35

0.000Air Blank 20:35

# 1 0.239Subject Sample 20:36

3.484Breath Volume 20:36

0.000Air Blank 20:37

0.000Air Blank 20:38

# 2 0.241Subject Sample 20:39

3.019Breath Volume 20:39

0.000Air Blank 20:39

0.076Control Test 20:40

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 03/02/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:4402/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

02:20

Live Oak PD

LUCKETTE,JUSTIN

03/05/2022

04120080A1

Live Oak PD

NICHOLSON,MICHAEL,L

ROBINSON

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

# 1 0.130Subject Sample 02:48

3.093Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.126Subject Sample 02:51

3.160Breath Volume 02:51

0.000Air Blank 02:52

0.076Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 03/02/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:0302/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:19

FL Dept of AG

VAUGHN,RYAN

03/05/2022

04120080A1

FL Dept of AG

BUCKLES,SCHIEFER,S

TREJO

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:24

# 1 0.080Subject Sample 22:24

2.234Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:26

# 2 0.078Subject Sample 22:27

2.156Breath Volume 22:27

0.000Air Blank 22:28

0.078Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:29

Data Download Date/Time: 03/02/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:2502/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:51

FHP Troop B

MACFADDEN,RYAN

03/05/2022

04120080A1

FHP Troop B

HUGHES,ALFRED,L

GAMEZ ZARAGOZA

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.165Subject Sample 01:17

1.652Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.160Subject Sample 01:20

1.843Breath Volume 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 03/02/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:2402/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

20:28

FHP Troop B

2S01,GLEN

03/05/2022

04120080A1

FHP Troop B

GANUS,GLEN,A

LUCAS

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 22:07 Internal Printer Test

0.000Air Blank 22:08

Data Download Date/Time: 03/02/2021 10:30

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4002/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

20:28

FHP Troop B

GANUS,GLEN

03/05/2022

04120080A1

FHP Troop B

GANUS,GLEN,A

LUCAS

01/29/2021

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.152Subject Sample 22:12

2.296Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.156Subject Sample 22:14

1.828Breath Volume 22:14

0.000Air Blank 22:15

0.078Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 03/02/2021 10:31

19 May 2021Printed:

COBRA ©1997-2014 CMI, Inc.


