
80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4506/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:34

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

KLINE,NICOLE,S

EL MOH

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:10

# 1 0.035Subject Sample 02:11

2.156Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2 0.034Subject Sample 02:14

1.718Breath Volume 02:14

0.000Air Blank 02:14

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 06/26/2021 23:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:42:1006/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

10:30

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

BALDWIN

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:34

0.000Air Blank 10:35

0.078Control Test 10:35

0.000Air Blank 10:36

# 1 0.071Subject Sample 10:36

1.386Breath Volume 10:36

0.000Air Blank 10:37

0.000Air Blank 10:39

# 2 0.070Subject Sample 10:40

1.519Breath Volume 10:40

0.000Air Blank 10:41

0.079Control Test 10:41

0.000Air Blank 10:42

OKDiagnostics Check 10:42

Data Download Date/Time: 06/26/2021 23:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:0406/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:43

St. Petersburg PD

BISHOP,CHRISTOPHER

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

NICHOLS

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:16

0.000Air Blank 18:16

0.078Control Test 18:16

0.000Air Blank 18:17

# 1 0.181Subject Sample 18:20

1.183Breath Volume 18:20

0.000Air Blank 18:20

0.000Air Blank 18:22

# 2 0.172Subject Sample 18:24

1.300Breath Volume 18:24

0.000Air Blank 18:25

0.077Control Test 18:25

0.000Air Blank 18:25

OKDiagnostics Check 18:26

Data Download Date/Time: 06/26/2021 23:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:17:1206/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

15:50

15:50

St. Petersburg PD

PIERCE JR,SCOTT

11/05/2022

24620080A2

St. Petersburg PD

PIERCE,SCOTT,A

WRIGHT

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:11

0.078Control Test 16:11

0.000Air Blank 16:12

# 1 0.000Subject Sample 16:12

3.011Breath Volume 16:12

0.000Air Blank 16:13

0.000Air Blank 16:15

# 2 0.000Subject Sample 16:15

2.402Breath Volume 16:15

0.000Air Blank 16:16

0.077Control Test 16:16

0.000Air Blank 16:17

OKDiagnostics Check 16:17

Data Download Date/Time: 06/26/2021 23:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:2606/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:01

St. Petersburg PD

HOBART,CLAYTON

11/05/2022

24620080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

ACEVEDO

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.078Control Test 23:40

0.000Air Blank 23:41

# 1Subject Sample 23:44 No Sample Provided

0.000Breath Volume 23:44

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2Subject Sample 23:50 No Sample Provided

0.000Breath Volume 23:50

0.000Air Blank 23:50

0.078Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 06/26/2021 23:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2006/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:47

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

ORME

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

# 1 0.178Subject Sample 01:33

2.808Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.171Subject Sample 01:36

2.425Breath Volume 01:36

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 06/26/2021 23:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:1806/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

17:53

St. Petersburg PD

DAUGHTEE,NICHOLAS

11/05/2022

24620080A2

St. Petersburg PD

MIRANDA,RICHARD,

NETTLES

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:10

0.077Control Test 19:11

0.000Air Blank 19:11

# 1Subject Sample 19:11 Subject Test Refused

0.000Breath Volume 19:11

0.000Air Blank 19:12

0.077Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 06/26/2021 23:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:22:0506/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:56

10:40

St. Petersburg PD

WRIGHT,NAOMI

11/05/2022

24620080A2

St. Petersburg PD

MCKENZIE,RONALD,

HOCKNELL

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:16

0.000Air Blank 11:16

0.079Control Test 11:17

0.000Air Blank 11:17

# 1 0.000Subject Sample 11:17

2.246Breath Volume 11:17

0.000Air Blank 11:18

0.000Air Blank 11:20

# 2 0.000Subject Sample 11:20

1.769Breath Volume 11:20

0.000Air Blank 11:21

0.078Control Test 11:21

0.000Air Blank 11:22

OKDiagnostics Check 11:22

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:18:4306/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:52

08:29

St. Petersburg PD

GARRETT,DAVID

11/05/2022

24620080A2

St. Petersburg PD

JOCKERS,MICHAEL,F

ADAMS

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:12

0.000Air Blank 09:12

0.079Control Test 09:13

0.000Air Blank 09:13

# 1 0.294Subject Sample 09:14

2.332Breath Volume 09:14

0.000Air Blank 09:14

0.000Air Blank 09:16

# 2 0.300Subject Sample 09:17

2.507Breath Volume 09:17

0.000Air Blank 09:17

0.078Control Test 09:18

0.000Air Blank 09:18

OKDiagnostics Check 09:18

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:06:0606/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:38

10:36

St. Petersburg PD

MCKENZIE,RONALD

11/05/2022

24620080A2

St. Petersburg PD

GARRETT,DAVID,S

ROBINSON

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:59

0.000Air Blank 12:00

0.078Control Test 12:00

0.000Air Blank 12:00

# 1 0.000Subject Sample 12:01

3.824Breath Volume 12:01

0.000Air Blank 12:02

0.000Air Blank 12:04

# 2 0.000Subject Sample 12:04

3.718Breath Volume 12:04

0.000Air Blank 12:05

0.078Control Test 12:05

0.000Air Blank 12:06

OKDiagnostics Check 12:06

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:1506/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

19:15

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

RIASCOS

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:56

0.078Control Test 19:56

0.000Air Blank 19:57

# 1 0.146Subject Sample 19:57

3.343Breath Volume 19:57

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.139Subject Sample 20:00

2.820Breath Volume 20:00

0.000Air Blank 20:01

0.078Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:1006/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:55

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

WILLS

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.078Control Test 20:46

0.000Air Blank 20:47

# 1 0.000Subject Sample 20:49

1.390Breath Volume 20:49

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2 0.000Subject Sample 20:52

1.632Breath Volume 20:52

0.000Air Blank 20:53

0.078Control Test 20:53

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:3806/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:40

St. Petersburg PD

ORTEGA,SEAN

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

BONACOR

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.078Control Test 22:14

0.000Air Blank 22:14

# 1Subject Sample 22:17 No Sample Provided

0.000Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2Subject Sample 22:23 No Sample Provided

0.000Breath Volume 22:23

0.000Air Blank 22:23

0.078Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:2706/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

04:48

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

BURCHETTE

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.078Control Test 04:58

0.000Air Blank 04:59

# 1Subject Sample 05:02 No Sample Provided

0.000Breath Volume 05:02

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2Subject Sample 05:05 Subject Test Refused

0.000Breath Volume 05:05

0.000Air Blank 05:05

0.078Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0206/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:24

St. Petersburg PD

WELLS,BRANDON

11/05/2022

24620080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

JENKINS

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.078Control Test 22:11

0.000Air Blank 22:11

# 1Subject Sample 22:15 No Sample Provided

0.000Breath Volume 22:15

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2Subject Sample 22:20 No Sample Provided

0.000Breath Volume 22:20

0.000Air Blank 22:21

0.077Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:22

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:4606/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:16

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

RHONE

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

# 1Subject Sample 01:58 No Sample Provided

0.000Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2Subject Sample 02:04 No Sample Provided

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3506/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:29

St. Petersburg PD

BISHOP,CHRISTOPHER

11/05/2022

24620080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

MCNEALY

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.079Control Test 02:36

0.000Air Blank 02:36

# 1 0.177Subject Sample 02:37

3.601Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.177Subject Sample 02:40

2.464Breath Volume 02:40

0.000Air Blank 02:40

0.079Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5906/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:40

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

MITHANI

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.079Control Test 02:18

0.000Air Blank 02:18

# 1 0.118Subject Sample 02:19

1.496Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.119Subject Sample 02:22

1.832Breath Volume 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:5406/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:22

St. Petersburg PD

BISHOP,CHRISTOPHER

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

ROTH

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:56

# 1 0.150Subject Sample 03:57

1.593Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.157Subject Sample 04:00

1.121Breath Volume 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:1106/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:44

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

HOBART,CLAYTON,T

PALMER

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

# 1Subject Sample 00:27 No Sample Provided

0.000Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2Subject Sample 00:32 No Sample Provided

0.000Breath Volume 00:32

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:4506/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:24

St. Petersburg PD

MCCULLOUGH,SEAN

11/05/2022

24620080A2

St. Petersburg PD

HOBART,CLAYTON,T

FRAZIER

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

# 1 0.181Subject Sample 02:09

2.761Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.187Subject Sample 02:12

1.750Breath Volume 02:12

0.000Air Blank 02:12

0.077Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4206/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:02

St. Petersburg PD

BISHOP,CHRIS

11/05/2022

24620080A2

St. Petersburg PD

HOBART,CLAYTON,T

BROWN

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.078Control Test 01:44

0.000Air Blank 01:44

# 1 0.197Subject Sample 01:45

1.699Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.192Subject Sample 01:50

1.660Breath Volume 01:50

0.000Air Blank 01:50

0.078Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:1906/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:42

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

HOBART,CLAYTON,T

DRAKE

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.079Control Test 02:53

0.000Air Blank 02:54

# 1Subject Sample 02:57 No Sample Provided

0.000Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2Subject Sample 03:02 No Sample Provided

0.000Breath Volume 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:17:5306/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:47

10:24

St. Petersburg PD

MCKENZIE,RONALD

11/05/2022

24620080A2

St. Petersburg PD

MCKENZIE,RONALD,W

GRAHAM

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:10

0.000Air Blank 11:10

0.079Control Test 11:11

0.000Air Blank 11:11

# 1 0.000Subject Sample 11:13

4.570Breath Volume 11:13

0.000Air Blank 11:14

0.000Air Blank 11:16

# 2 0.000Subject Sample 11:16

2.656Breath Volume 11:16

0.000Air Blank 11:17

0.078Control Test 11:17

0.000Air Blank 11:17

OKDiagnostics Check 11:17

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:4706/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:31

St. Petersburg PD

BISHOP,CHRISTOPHER

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

BOOZE

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.078Control Test 23:41

0.000Air Blank 23:41

# 1 0.188Subject Sample 23:44 Volume Not Met

0.296Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.175Subject Sample 23:50 Volume Not Met

0.015Breath Volume 23:50

0.000Air Blank 23:50

0.077Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 06/26/2021 23:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:1706/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:31

St. Petersburg PD

BISHOP,CHRISTOPHER

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

BOOZE

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.077Control Test 23:54

0.000Air Blank 23:54

# 1Subject Sample 23:57 Subject Test Refused

0.125Breath Volume 23:57

0.000Air Blank 23:58

0.078Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:1906/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:19

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

MCGEE

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.078Control Test 01:05

0.000Air Blank 01:05

# 1 0.056Subject Sample 01:05

1.421Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.053Subject Sample 01:08

1.460Breath Volume 01:08

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:5106/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:57

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

SERMONS

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

# 1 0.182Subject Sample 02:30

2.894Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:32

# 2 0.181Subject Sample 02:33

2.531Breath Volume 02:33

0.000Air Blank 02:33

0.078Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:3706/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:36

St. Petersburg PD

BISHOP,CHRISTOPHER

11/05/2022

24620080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

BANKS

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.078Control Test 03:09

0.000Air Blank 03:09

# 1 0.213Subject Sample 03:10

2.183Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.205Subject Sample 03:13

2.023Breath Volume 03:13

0.000Air Blank 03:13

0.078Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:2706/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

19:41

St. Petersburg PD

THOMAS,KRISTIN

11/05/2022

24620080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

PAVLOVIC

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:48

0.000Air Blank 20:49

0.079Control Test 20:49

0.000Air Blank 20:50

# 1 0.206Subject Sample 20:51

1.210Breath Volume 20:51

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.212Subject Sample 20:54

1.910Breath Volume 20:54

0.000Air Blank 20:55

0.077Control Test 20:55

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:29:0806/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

06:45

St. Petersburg PD

GARRETT,DAVID

11/05/2022

24620080A2

St. Petersburg PD

CLARK,BRENT,D

WRIGHT

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:20

0.000Air Blank 07:20

0.078Control Test 07:21

0.000Air Blank 07:21

# 1 0.295Subject Sample 07:23

1.375Breath Volume 07:23

0.000Air Blank 07:24

0.000Air Blank 07:26

# 2 0.278Subject Sample 07:27

1.632Breath Volume 07:27

0.000Air Blank 07:28

0.077Control Test 07:28

0.000Air Blank 07:29

OKDiagnostics Check 07:29

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:0306/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:41

St. Petersburg PD

HOBART,CLAYTON

11/05/2022

24620080A2

St. Petersburg PD

PEREZ,SAMANTHA,E

CLARK

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.078Control Test 23:15

0.000Air Blank 23:15

# 1Subject Sample 23:19 No Sample Provided

0.000Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2Subject Sample 23:24 No Sample Provided

0.000Breath Volume 23:24

0.000Air Blank 23:25

0.078Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:26

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5506/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:15

St. Petersburg PD

CORBETT,SHAUN

11/05/2022

24620080A2

St. Petersburg PD

ROBISON,CASEY,M

DELISA

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.078Control Test 01:51

0.000Air Blank 01:52

# 1 0.163Subject Sample 01:52

1.230Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.185Subject Sample 01:56

2.433Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:58

# 3 0.175Subject Sample 02:00

2.144Breath Volume 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:06:1306/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

10:30

St. Petersburg PD

GRIFFIN,TONY

11/05/2022

24620080A2

St. Petersburg PD

MCKENZIE,RONALD,

PETRINITZ

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:00

0.000Air Blank 11:00

0.079Control Test 11:01

0.000Air Blank 11:01

# 1 0.000Subject Sample 11:02

2.808Breath Volume 11:02

0.000Air Blank 11:02

0.000Air Blank 11:04

# 2 0.000Subject Sample 11:04

1.316Breath Volume 11:04

0.000Air Blank 11:05

0.078Control Test 11:05

0.000Air Blank 11:06

OKDiagnostics Check 11:06

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:4306/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:14

St. Petersburg PD

HINES,PAUL

11/05/2022

24620080A2

St. Petersburg PD

MIRANDA,RICHARD,

SCHOONDERWOERD

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.078Control Test 00:01

0.000Air Blank 00:02

# 1 0.098Subject Sample 00:02

2.937Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.093Subject Sample 00:06

1.765Breath Volume 00:06

0.000Air Blank 00:06

0.078Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4806/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:33

St. Petersburg PD

THOMAS,KRISTEN

11/05/2022

24620080A2

St. Petersburg PD

MIRANDA,RICHARD,

DOLLINGER

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.078Control Test 00:32

0.000Air Blank 00:32

# 1 0.226Subject Sample 00:33

3.359Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.212Subject Sample 00:36

3.402Breath Volume 00:36

0.000Air Blank 00:36

0.078Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2806/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:56

St. Petersburg PD

ROBISON,CASEY

11/05/2022

24620080A2

St. Petersburg PD

HOBART,CLAYTON,T

BARLETT

05/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.079Control Test 04:34

0.000Air Blank 04:34

# 1 0.226Subject Sample 04:35

2.671Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.209Subject Sample 04:38

2.574Breath Volume 04:38

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 06/26/2021 23:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:5406/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:50

St. Petersburg PD

BISHOP,CHRIS

11/05/2022

24620080A2

St. Petersburg PD

HOBART,CLAYTON,T

STRATTON

06/26/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:20

# 1Subject Sample 04:22 Sequence Aborted

0.000Breath Volume 04:22

0.000Air Blank 04:22

Data Download Date/Time: 07/28/2021 13:53

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:2806/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:50

St. Petersburg PD

BISHOP,CHRIS

11/05/2022

24620080A2

St. Petersburg PD

HOBART,CLAYTON,T

STRATTON

06/26/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:45

# 1 0.155Subject Sample 04:47

2.503Breath Volume 04:47

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.148Subject Sample 04:50

1.921Breath Volume 04:50

0.000Air Blank 04:51

0.078Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 07/28/2021 13:53

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:1806/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:17

St. Petersburg PD

GODERICH,K

11/05/2022

24620080A2

St. Petersburg PD

CHRISTENSEN,STEPHANIE,R

REED

06/26/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.078Control Test 04:09

0.000Air Blank 04:09

# 1 0.197Subject Sample 04:10

2.105Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.202Subject Sample 04:13

1.335Breath Volume 04:13

0.000Air Blank 04:14

0.078Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 07/28/2021 13:53

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:04:1806/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:37

13:14

St. Petersburg PD

GARRETT,D

11/05/2022

24620080A2

St. Petersburg PD

WRIGHT,C,N

FREEMAN

06/26/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:58

0.000Air Blank 13:58

0.077Control Test 13:58

0.000Air Blank 13:59

# 1 0.042Subject Sample 13:59

3.566Breath Volume 13:59

0.000Air Blank 14:00

0.000Air Blank 14:02

# 2 0.038Subject Sample 14:02

3.667Breath Volume 14:02

0.000Air Blank 14:03

0.078Control Test 14:03

0.000Air Blank 14:04

OKDiagnostics Check 14:04

Data Download Date/Time: 07/28/2021 13:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:1806/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:33

St. Petersburg PD

DAUGHETEE,N

11/05/2022

24620080A2

St. Petersburg PD

SEAY, III,KENNETH,M

JOHNSON

06/26/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

# 1 0.202Subject Sample 00:16

2.167Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.198Subject Sample 00:19

2.199Breath Volume 00:19

0.000Air Blank 00:20

0.077Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 07/28/2021 13:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:5606/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:45

St. Petersburg PD

LENAHAN,RYAN

11/05/2022

24620080A2

St. Petersburg PD

MIRANDA,RICHARD,

HARDY

06/26/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:23

0.078Control Test 21:24

0.000Air Blank 21:24

# 1 0.189Subject Sample 21:27 Volume Not Met

0.167Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.193Subject Sample 21:31

1.839Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 3Subject Sample 21:37 No Sample Provided

0.000Breath Volume 21:37

0.000Air Blank 21:38

0.077Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 07/28/2021 13:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:54:3106/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:27

14:02

St. Petersburg PD

CLARK,BRENT

11/05/2022

24620080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

MELLO

06/26/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:48

0.000Air Blank 14:48

0.078Control Test 14:48

0.000Air Blank 14:49

# 1 0.000Subject Sample 14:50

2.097Breath Volume 14:50

0.000Air Blank 14:50

0.000Air Blank 14:52

# 2 0.000Subject Sample 14:53

1.886Breath Volume 14:53

0.000Air Blank 14:53

0.079Control Test 14:53

0.000Air Blank 14:54

OKDiagnostics Check 14:54

Data Download Date/Time: 07/28/2021 13:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:4506/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:53

FHP Troop C

HELM,DEREK

10/05/2021

181632

FHP Troop C

PREVATT,WILLIAM,J

BROWN

05/27/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.080Control Test 00:59

0.000Air Blank 00:59

# 1 0.114Subject Sample 01:00

2.730Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.114Subject Sample 01:03

2.878Breath Volume 01:03

0.000Air Blank 01:03

0.077Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 06/11/2021 08:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:1706/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:08

Sumter County SO

CASIMIRO,BRANDON

10/05/2021

181632

Sumter County SO

GAVIN,DEMERIS,P

HAYES

05/27/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 04:45 Temperature Regulation Test

0.000Air Blank 04:46

Data Download Date/Time: 06/11/2021 08:26

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1506/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:08

Sumter County SO

CASIMIRO,BRANDON

10/05/2021

181632

Sumter County SO

GAVIN,DEMERIS,P

HAYES

05/27/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 04:49 Temperature Regulation Test

0.000Air Blank 04:50

Data Download Date/Time: 06/11/2021 08:26

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:3306/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:08

Sumter County SO

CASIMIRO,BRANDON

10/05/2021

181632

Sumter County SO

GAVIN,DEMERIS,P

HAYES

05/27/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 04:55 Temperature Regulation Test

0.000Air Blank 04:55

Data Download Date/Time: 06/11/2021 08:26

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:3406/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:08

Sumter County SO

CASIMIRO,BRANDON

10/05/2021

181632

Sumter County SO

GAVIN,DEMERIS,P

HAYES

05/27/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 05:00 Temperature Regulation Test

0.000Air Blank 05:00

Data Download Date/Time: 06/11/2021 08:26

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1706/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

01:02

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

LANNI

06/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:09

# 1 0.139Subject Sample 01:09

1.296Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.140Subject Sample 01:12

1.453Breath Volume 01:12

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 06/22/2021 13:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5206/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:35

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

PADGETT

06/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

# 1 0.137Subject Sample 01:49

1.789Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.138Subject Sample 01:52

1.464Breath Volume 01:52

0.000Air Blank 01:52

0.080Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 06/22/2021 13:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:2906/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

04:10

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

ROBERSON

06/18/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

# 1 0.133Subject Sample 04:18

1.992Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.121Subject Sample 04:21

2.097Breath Volume 04:21

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 06/22/2021 13:57

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:4906/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:04

Alachua County SO

PURINGTON,PATRICK

11/05/2022

24620080A2

Alachua County SO

PURINGTON,PATRICK,A

GERMAN

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.080Control Test 20:19

0.000Air Blank 20:19

# 1 0.000Subject Sample 20:22

1.285Breath Volume 20:22

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2 0.000Subject Sample 20:27 Volume Not Met

0.000Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 3 0.000Subject Sample 20:33 Volume Not Met

0.519Breath Volume 20:33

0.000Air Blank 20:33

0.078Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:5206/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:39

FHP Troop B

BAEZ,JORDI

11/05/2022

24620080A2

FHP Troop B

BAEZ,JORDI,J

PEREZ ABISAI

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.078Control Test 21:22

0.000Air Blank 21:23

# 1 0.181Subject Sample 21:25

1.316Breath Volume 21:25

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.179Subject Sample 21:28

1.148Breath Volume 21:28

0.000Air Blank 21:28

0.075Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:1006/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:47

Alachua County SO

MYERS,BENJAMIN

11/05/2022

24620080A2

Alachua County SO

MYERS,BENJAMIN,P

ULLAH

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:49

# 1 0.140Subject Sample 00:49

1.199Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:51

# 2 0.130Subject Sample 00:52

1.132Breath Volume 00:52

0.000Air Blank 00:53

0.078Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:2906/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:52

Alachua County SO

PURINGTON,PATRICK

11/05/2022

24620080A2

Alachua County SO

PURINGTON,PATRICK,A

MITCHELL

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.080Control Test 23:02

0.000Air Blank 23:02

# 1Subject Sample 23:04 Subject Test Refused

0.000Breath Volume 23:04

0.000Air Blank 23:04

0.080Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3106/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:22

Alachua County SO

ADKINS,MICHAEL

11/05/2022

24620080A2

Alachua County SO

PURINGTON,PATRICK,A

LUCK

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.236Subject Sample 03:27

2.375Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.227Subject Sample 03:30

2.449Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:4506/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:48

Alachua County SO

CREWS,MICHAEL

11/05/2022

24620080A2

Alachua County SO

CREWS,MICHAEL,B

DAVIS

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.080Control Test 19:41

0.000Air Blank 19:41

# 1 0.310Subject Sample 19:43

1.734Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.306Subject Sample 19:47

1.878Breath Volume 19:47

0.000Air Blank 19:47

0.079Control Test 19:48

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5806/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:21

FHP Troop B

CLEMENTS,TOBY

11/05/2022

24620080A2

FHP Troop B

CLEMENTS,TOBY,B

HUNT JR

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

# 1Subject Sample 01:01 Subject Test Refused

0.000Breath Volume 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:4706/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:25

Alachua County SO

SOULTANIAN,STEVEN

11/05/2022

24620080A2

Alachua County SO

TELLE,MADDISON,J

MCCRAY

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.081Control Test 00:23

0.000Air Blank 00:23

# 1Subject Sample 00:26 No Sample Provided

0.000Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2Subject Sample 00:32 No Sample Provided

0.000Breath Volume 00:32

0.000Air Blank 00:32

0.081Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:4006/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:39

Alachua County SO

DUGAN,CHAD

11/05/2022

24620080A2

Alachua County SO

TELLE,MADDISON,J

RICHARDSON

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.081Control Test 03:44

0.000Air Blank 03:44

# 1 0.175Subject Sample 03:45

1.191Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.180Subject Sample 03:51 Volume Not Met

0.179Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:53

# 3 0.159Subject Sample 03:57 Volume Not Met

0.070Breath Volume 03:57

0.000Air Blank 03:57

0.075Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1806/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:54

U of Fl PD

STEPHENS,LIBBEE

11/05/2022

24620080A2

U of Fl PD

ALEXANDER,COURTNEY,M

FLORES

05/18/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.077Control Test 04:06

0.000Air Blank 04:07

# 1 0.206Subject Sample 04:08

1.496Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.203Subject Sample 04:11

2.097Breath Volume 04:11

0.000Air Blank 04:12

0.074Control Test 04:12 Control Outside Tolerance

0.000Air Blank 04:13

Data Download Date/Time: 06/22/2021 11:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5406/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:30

Santa Fe Comm Col PD

BARLEY,MARK

11/05/2022

24620080A2

Santa Fe Comm Col PD

KRAMME,JARED,J

RAGAN

06/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

# 1Subject Sample 04:25 No Sample Provided

0.000Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 07/13/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:3806/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:02

Alachua County SO

RAILEY,BRITT

11/05/2022

24620080A2

Alachua PD

MYERS,BENJAMIN,P

HAMMEN

06/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.079Control Test 04:36

0.000Air Blank 04:36

# 1Subject Sample 04:37 Subject Test Refused

0.000Breath Volume 04:37

0.000Air Blank 04:37

0.079Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 07/13/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:5206/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:35

Crestview PD

HARDAWAY,BRANDON

07/15/2023

1349789

Crestview PD

HARDAWAY,BRANDON,R

GATHINGS

05/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.080Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 06/10/2021 15:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4706/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

12:58

FHP Troop A

HARRISON,BOBBY

07/15/2023

1349789

FHP Troop A

HARRISON,BOBBY,J

STENDER

05/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.160Subject Sample 02:22

2.156Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.168Subject Sample 02:25

2.152Breath Volume 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 06/10/2021 15:29

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:4206/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:28

FHP Troop A

GUSTER,CORY

07/15/2023

1349789

FHP Troop A

GUSTER,CORY,J

THOMAS

05/27/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:55

# 1 0.173Subject Sample 04:56

2.027Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.167Subject Sample 05:00

1.812Breath Volume 05:00

0.000Air Blank 05:00

0.079Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 06/10/2021 15:29

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:0606/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:04

Okaloosa County SO

FINDLEY,BRANDEN

07/15/2023

1349789

Okaloosa County SO

CAIN,DAVID,A

BROOKS

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:05

0.000Air Blank 19:05

0.080Control Test 19:06

0.000Air Blank 19:06

# 1Subject Sample 19:06 Subject Test Refused

0.000Breath Volume 19:06

0.000Air Blank 19:07

0.080Control Test 19:07

0.000Air Blank 19:08

OKDiagnostics Check 19:08

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:2106/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:52

Okaloosa County SO

FLINN,AARON

07/15/2023

1349789

Crestview PD

KEYES,ERIC,S

MATTHEWS

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.080Control Test 20:39

0.000Air Blank 20:40

# 1 0.000Subject Sample 20:40

1.406Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.000Subject Sample 20:43

1.945Breath Volume 20:43

0.000Air Blank 20:44

0.078Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2506/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:30

Okaloosa County SO

CRAIG,ANYCE

07/15/2023

1349789

Okaloosa County SO

CRAIG,ANYCE,A

VERA

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

# 1Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3806/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:30

Okaloosa County SO

CRAIG,ANYCE

07/15/2023

1349789

Okaloosa County SO

CRAIG,ANYCE,A

VERA

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1606/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:06

Okaloosa County SO

HANKINS,MEGAN

07/15/2023

1349789

Okaloosa County SO

ROBINSON,ROBERT,S

WILLIAMSON

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

# 1Subject Sample 04:14 No Sample Provided

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.088Subject Sample 04:20

1.464Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:22

# 3 0.088Subject Sample 04:23

1.671Breath Volume 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:0506/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:20

FHP Troop A

HURST,CARY

07/15/2023

1349789

FHP Troop A

PEREIRA,JOSE,L

GANEY

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.081Control Test 02:54

0.000Air Blank 02:54

# 1 0.195Subject Sample 02:55

2.207Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:57

# 2 0.187Subject Sample 02:58

2.574Breath Volume 02:58

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:5806/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:15

FHP Troop A

COOK,RUSSELL

07/15/2023

1349789

FHP Troop A

COOK,RUSSELL,L

GEENEN

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.081Control Test 20:02

0.000Air Blank 20:02

# 1 0.121Subject Sample 20:03

4.289Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:05

# 2 0.117Subject Sample 20:06

4.593Breath Volume 20:06

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:2806/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:50

Okaloosa County SO

MORENO,WESTON

07/15/2023

1349789

Okaloosa County SO

MORENO,WESTON,C

SCHNEBERGER

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:42

# 1 0.197Subject Sample 19:44

2.148Breath Volume 19:44

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.214Subject Sample 19:47

2.492Breath Volume 19:47

0.000Air Blank 19:48

0.079Control Test 19:48

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2906/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

11:39

FHP Troop A

JONES,KEITH

07/15/2023

1349789

FHP Troop A

JONES,KEITH,P

FOREMAN

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1 0.127Subject Sample 01:36

3.460Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.123Subject Sample 01:40

2.925Breath Volume 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:2406/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:53

FHP Troop A

COOK,RUSSELL

07/15/2023

1349789

FHP Troop A

COOK,RUSSELL,L

SIDES

06/10/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.081Control Test 21:09

0.000Air Blank 21:09

# 1Subject Sample 21:10 Subject Test Refused

0.000Breath Volume 21:10

0.000Air Blank 21:10

0.081Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 07/27/2021 12:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3206/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:13

Pensacola PD

BROWN,BRENDAN

07/15/2023

1349789

Pensacola PD

BROWN,BRENDAN,D

WORLEY

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.081Control Test 00:39

0.000Air Blank 00:39

# 1 0.000Subject Sample 00:40

1.496Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.000Subject Sample 00:44

1.718Breath Volume 00:44

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:08:3206/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:10

11:30

Pensacola PD

HEARN,SHELDON

07/15/2023

1349789

Pensacola PD

HEARN,SHELDON,J

WILSON

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:01

0.000Air Blank 12:01

0.081Control Test 12:01

0.000Air Blank 12:02

# 1 0.000Subject Sample 12:03

1.871Breath Volume 12:03

0.000Air Blank 12:03

0.000Air Blank 12:05

# 2 0.000Subject Sample 12:07

2.164Breath Volume 12:07

0.000Air Blank 12:07

0.081Control Test 12:07

0.000Air Blank 12:08

OKDiagnostics Check 12:08

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0806/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:17

Pensacola PD

MCMAHON,KENNETH

07/15/2023

1349789

Pensacola PD

MCMAHON,KENNETH,J

ISBELL

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

# 1 0.265Subject Sample 02:43

1.402Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.304Subject Sample 02:46

2.148Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 3 0.271Subject Sample 02:49

1.765Breath Volume 02:49

0.000Air Blank 02:50

0.078Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:1806/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:44

Pensacola PD

TOMASEGOVICH,KODY

07/15/2023

1349789

Pensacola PD

NELSON,JAMIE,L

BRADLEY

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1 0.239Subject Sample 02:14

1.425Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.248Subject Sample 02:17

1.589Breath Volume 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0306/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:19

Pensacola PD

GLASS,DREW

07/15/2023

1349789

Pensacola PD

NELSON,JAMIE,L

WILAJ

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

# 1 0.111Subject Sample 02:47

2.453Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.115Subject Sample 02:50

3.175Breath Volume 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:52

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5606/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

12:52

Pensacola PD

MAY,MIYA

07/15/2023

1349789

Pensacola PD

DANIELS,JAMES,A

ROMERO

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.081Control Test 02:15

0.000Air Blank 02:15

# 1 0.227Subject Sample 02:16

1.316Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.230Subject Sample 02:19

1.242Breath Volume 02:19

0.000Air Blank 02:20

0.081Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:3906/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:55

Pensacola PD

GLASS,DREW

07/15/2023

1349789

Pensacola PD

NELSON,JAMIE,L

WILSON

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

# 1 0.215Subject Sample 02:21

2.437Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.221Subject Sample 02:24

2.433Breath Volume 02:24

0.000Air Blank 02:24

0.079Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:2606/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

18:24

Pensacola PD

ARGENT,BRANDON

07/15/2023

1349789

Pensacola PD

MARTINEZ,HENDRICK,J

ELLIS

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.080Control Test 19:55

0.000Air Blank 19:56

# 1 0.000Subject Sample 19:56

1.160Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.000Subject Sample 20:00

1.871Breath Volume 20:00

0.000Air Blank 20:00

0.081Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:5606/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:05

Pensacola PD

MAY,MIA

07/15/2023

1349789

Pensacola PD

BERTHIAUME,WAYNE,A

ELLIS

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.080Control Test 22:12

0.000Air Blank 22:12

# 1 0.145Subject Sample 22:13

3.304Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:15

# 2 0.144Subject Sample 22:16

3.105Breath Volume 22:16

0.000Air Blank 22:17

0.078Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:4206/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:28

Pensacola PD

WILLIAMS,BRANDON

07/15/2023

1349789

Pensacola PD

BERTHIAUME,WAYNE,A

LINDSEY

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

# 1 0.231Subject Sample 00:58 Volume Not Met

1.007Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.221Subject Sample 01:04 Volume Not Met

0.988Breath Volume 01:04

0.000Air Blank 01:04

0.077Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:2606/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

12:58

Pensacola PD

GLASS,ANDREW

07/15/2023

1349789

Pensacola PD

BUZBEE,HEATHER,N

WADE

05/24/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.081Control Test 01:34

0.000Air Blank 01:34

# 1 0.216Subject Sample 01:35

1.343Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:37

# 2 0.195Subject Sample 01:38

2.230Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 3 0.202Subject Sample 01:43

1.964Breath Volume 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 07/29/2021 13:32

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:24:0906/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:43

14:43

FHP Troop A

JUSTICE,JOSEPH

03/27/2022

1114319

FHP Troop A

FRENKEL,JOHN,E

FRENKEL

05/10/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:17

0.000Air Blank 15:18

0.076Control Test 15:18

0.000Air Blank 15:19

# 1 0.232Subject Sample 15:19

2.199Breath Volume 15:19

0.000Air Blank 15:20

0.000Air Blank 15:22

# 2 0.235Subject Sample 15:22

2.351Breath Volume 15:22

0.000Air Blank 15:23

0.076Control Test 15:23

0.000Air Blank 15:24

OKDiagnostics Check 15:24

Data Download Date/Time: 06/10/2021 19:15

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:45:0306/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

05:41

FHP Troop A

LEWIS,WILLIAM

01/15/2022

1076482

FHP Troop A

LEWIS,WILLIAM,J

MAGWOOD

06/10/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:38

0.000Air Blank 06:38

0.081Control Test 06:39

0.000Air Blank 06:39

# 1 0.118Subject Sample 06:40

1.324Breath Volume 06:40

0.000Air Blank 06:40

0.000Air Blank 06:42

# 2 0.121Subject Sample 06:43

1.546Breath Volume 06:43

0.000Air Blank 06:44

0.082Control Test 06:44

0.000Air Blank 06:44

OKDiagnostics Check 06:45

Data Download Date/Time: 07/06/2021 09:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:3506/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:02

Okaloosa County SO

SUMNER,MATTHEW

07/15/2023

1349789

Okaloosa County SO

PLANCK,ARIEL,J

ESPARAZA SANCHEZ

05/12/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.080Control Test 20:29

0.000Air Blank 20:29

# 1 0.209Subject Sample 20:30

2.675Breath Volume 20:30

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.212Subject Sample 20:32

3.687Breath Volume 20:32

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 06/03/2021 16:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:21:5106/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:40

07:31

Okaloosa County SO

DEWIT,HARALD

07/15/2023

1349789

Okaloosa County SO

LICHTY,JAKE,R

SCHMITT

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:18

0.000Air Blank 08:19

0.081Control Test 08:19

0.000Air Blank 08:20

# 1Subject Sample 08:20 Subject Test Refused

0.000Breath Volume 08:20

0.000Air Blank 08:20

0.081Control Test 08:21

0.000Air Blank 08:21

OKDiagnostics Check 08:21

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2006/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:05

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

JOHNSON

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

# 1 0.163Subject Sample 01:49

2.011Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.161Subject Sample 01:52

2.015Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:3906/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:57

Okaloosa County SO

VASQUEZ,GEORGE

07/15/2023

1349789

Okaloosa County SO

VASQUEZ,GEORGE,D

YANEZ

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.081Control Test 23:50

0.000Air Blank 23:51

# 1Subject Sample 23:51 Subject Test Refused

0.000Breath Volume 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2506/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:34

Okaloosa County SO

HAIL,KYLE

07/15/2023

1349789

Ft. Walton Beach PD

VASQUEZ,GEORGE,D

RIMEREZ

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:26

# 1 0.212Subject Sample 00:26

1.750Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.217Subject Sample 00:29

1.156Breath Volume 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5006/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:48

Okaloosa County SO

STINSON,ERIC

07/15/2023

1349789

Okaloosa County SO

STINSON,ERIC,S

SIMPSON

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:35

# 1 0.191Subject Sample 03:36

3.554Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.196Subject Sample 03:40

3.097Breath Volume 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:3306/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:17

Okaloosa County SO

VASQUEZ,GEORGE

07/15/2023

1349789

Okaloosa County SO

VASQUEZ,GEORGE,D

MCLAWHORN

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

# 1Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:5706/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

17:54

Okaloosa County SO

STINSON,ERIC

07/15/2023

1349789

Okaloosa County SO

STINSON,ERIC,S

KILGALLIN

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:54

0.000Air Blank 18:54

0.080Control Test 18:54

0.000Air Blank 18:55

# 1Subject Sample 18:55 Subject Test Refused

0.000Breath Volume 18:55

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:56

OKDiagnostics Check 18:56

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:3706/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

12:59

Okaloosa County SO

WILHELM,TONY

07/15/2023

1349789

Okaloosa County SO

WILHELM,TONY,J

SCHALLER

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

# 1 0.000Subject Sample 01:28

6.132Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.000Subject Sample 01:31

5.906Breath Volume 01:31

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:1206/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:19

Okaloosa County SO

ROBERSON,GABRIEL

07/15/2023

1349789

Okaloosa County SO

ROBERSON,GABRIEL,A

DINGESS

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

# 1 0.124Subject Sample 03:25

1.605Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.129Subject Sample 03:28

1.300Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 07/21/2021 16:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:2606/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:18

Okaloosa County SO

BURKE,RYAN

07/15/2023

1349789

Okaloosa County SO

PLANCK,ARIEL,J

HILTON

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.081Control Test 23:44

0.000Air Blank 23:44

# 1 0.102Subject Sample 23:47

1.132Breath Volume 23:47

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.107Subject Sample 23:52

1.847Breath Volume 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4906/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:58

Okaloosa County SO

GARRETT,MATTHEW

07/15/2023

1349789

Okaloosa County SO

PLANCK,ARIEL,J

HARRIS

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:48

0.081Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:4606/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:55

Okaloosa County SO

WHARF,KYLE

07/15/2023

1349789

Okaloosa County SO

CHAPMAN,AARON,C

REZZA

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

# 1 0.158Subject Sample 01:56

2.007Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.162Subject Sample 01:59

2.636Breath Volume 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0006/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:03

Okaloosa County SO

BURKE,RYAN

07/15/2023

1349789

Okaloosa County SO

CHAPMAN,AARON,C

HOLMES

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1 0.240Subject Sample 01:12

1.484Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 2 0.244Subject Sample 01:15

1.667Breath Volume 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:17

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:10:5306/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:27

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

MATHEWS

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:07

0.000Air Blank 16:08

0.080Control Test 16:08

0.000Air Blank 16:09

# 1Subject Sample 16:09 Subject Test Refused

0.000Breath Volume 16:09

0.000Air Blank 16:09

0.079Control Test 16:10

0.000Air Blank 16:10

OKDiagnostics Check 16:10

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:5106/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

18:43

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

FARRIS

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.081Control Test 19:54

0.000Air Blank 19:54

# 1 0.000Subject Sample 19:55

1.824Breath Volume 19:55

0.000Air Blank 19:55

0.000Air Blank 19:57

# 2 0.000Subject Sample 19:58

2.109Breath Volume 19:58

0.000Air Blank 19:58

0.081Control Test 19:59

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:1606/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:14

19:41

Okaloosa County SO

CARROLL,SHELBY

07/15/2023

1349789

Okaloosa County SO

CARROLL,SHELBY,K

HINZIE

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:35

0.000Air Blank 20:35

0.079Control Test 20:35

0.000Air Blank 20:36

# 1Subject Sample 20:36 Subject Test Refused

0.000Breath Volume 20:36

0.000Air Blank 20:37

0.080Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:5006/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:18

Okaloosa County SO

WARF,KYLE

07/15/2023

1349789

Okaloosa County SO

CHAPMAN,AARON,C

BALINSKY

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1Subject Sample 00:17 Subject Test Refused

0.000Breath Volume 00:17

0.000Air Blank 00:17

0.081Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3506/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:49

Okaloosa County SO

DANIEL,CURTIS

07/15/2023

1349789

Okaloosa County SO

DANIEL,CURTIS,L

URRUTIA

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.000Subject Sample 03:03

1.882Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.000Subject Sample 03:06

2.398Breath Volume 03:06

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:36:4106/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:48

11:48

Okaloosa County SO

CUNNINGHAM,BENJAMIN

07/15/2023

1349789

Okaloosa County SO

LICHTY,JAKE,R

SHAFFER

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:30

0.000Air Blank 12:30

0.081Control Test 12:31

0.000Air Blank 12:31

# 1 0.000Subject Sample 12:32

2.761Breath Volume 12:32

0.000Air Blank 12:32

0.000Air Blank 12:34

# 2 0.000Subject Sample 12:35

1.898Breath Volume 12:35

0.000Air Blank 12:35

0.079Control Test 12:36

0.000Air Blank 12:36

OKDiagnostics Check 12:36

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:3906/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

18:48

Okaloosa County SO

VASQUEZ,GEORGE

07/15/2023

1349789

Okaloosa County SO

VASQUEZ,GEORGE,D

CHALUPEK

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.081Control Test 20:00

0.000Air Blank 20:01

# 1Subject Sample 20:01 Subject Test Refused

0.000Breath Volume 20:01

0.000Air Blank 20:01

0.080Control Test 20:02

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:0506/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:21

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

SCOTT

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.081Control Test 23:38

0.000Air Blank 23:38

# 1Subject Sample 23:38 Subject Test Refused

0.000Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5806/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:46

Okaloosa County SO

VASQUEZ,GEORGE

07/15/2023

1349789

Okaloosa County SO

VASQUEZ,GEORGE,D

CAPRONI

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:0306/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:56

17:56

Okaloosa County SO

DOWNING,CADEN

07/15/2023

1349789

Okaloosa County SO

MALTAIS,ANDREW,W

KILLACKY

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:27

0.081Control Test 20:27

0.000Air Blank 20:28

# 1 0.000Subject Sample 20:28

6.796Breath Volume 20:28

Air Blank 20:28 Improper Sample

0.000Air Blank 20:29

0.081Control Test 20:29

0.000Air Blank 20:29

OKDiagnostics Check 20:30

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:3206/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:56

17:56

Okaloosa County SO

DOWNING,CADEN

07/15/2023

1349789

Okaloosa County SO

MALTAIS,ANDREW,W

KILLACKY

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:33

0.081Control Test 20:33

0.000Air Blank 20:33

# 1 0.000Subject Sample 20:34

5.972Breath Volume 20:34

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2 0.000Subject Sample 20:37

5.179Breath Volume 20:37

0.000Air Blank 20:37

0.081Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:4306/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:37

05:11

Okaloosa County SO

GLENECK,JORDAN

07/15/2023

1349789

Okaloosa County SO

MORTON,JAMES,J

CAREY

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:57

0.000Air Blank 05:58

0.080Control Test 05:58

0.000Air Blank 05:59

# 1 0.187Subject Sample 05:59

2.734Breath Volume 05:59

0.000Air Blank 06:00

0.000Air Blank 06:02

# 2 0.179Subject Sample 06:03

1.777Breath Volume 06:03

0.000Air Blank 06:03

0.079Control Test 06:04

0.000Air Blank 06:04

OKDiagnostics Check 06:04

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:03:5506/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:37

09:13

Okaloosa County SO

SWAIN,ERIC

07/15/2023

1349789

Okaloosa County SO

SWAIN,ERIC,G

HAGEN

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:57

0.000Air Blank 09:57

0.081Control Test 09:58

0.000Air Blank 09:58

# 1 0.167Subject Sample 09:59

4.281Breath Volume 09:59

0.000Air Blank 10:00

0.000Air Blank 10:01

# 2 0.165Subject Sample 10:02

4.031Breath Volume 10:02

0.000Air Blank 10:03

0.079Control Test 10:03

0.000Air Blank 10:03

OKDiagnostics Check 10:03

Data Download Date/Time: 07/21/2021 16:18

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:3506/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:29

Okaloosa County SO

HAUN,STEVEN

07/15/2023

1349789

Okaloosa County SO

MORTON,JAMES,J

HUNTER

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:08

0.000Air Blank 00:08

0.081Control Test 00:08

0.000Air Blank 00:09

# 1Subject Sample 00:12 No Sample Provided

0.000Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2Subject Sample 00:18 No Sample Provided

0.000Breath Volume 00:18

0.000Air Blank 00:18

0.081Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 07/21/2021 16:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1706/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:20

Okaloosa County SO

GLENECK,J

07/15/2023

1349789

Okaloosa County SO

LINCOLN,A,

COCHRAN

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.082Control Test 03:30

0.000Air Blank 03:30

# 1 0.000Subject Sample 03:31

4.347Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.000Subject Sample 03:34

4.007Breath Volume 03:34

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 07/21/2021 16:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:4506/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:40

17:20

Okaloosa County SO

POWELL,MICHAEL

07/15/2023

1349789

Okaloosa County SO

POWELL,MICHAEL,T

THOMPSON

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.081Control Test 19:01

0.000Air Blank 19:02

# 1 0.102Subject Sample 19:03

3.265Breath Volume 19:03

0.000Air Blank 19:03

0.000Air Blank 19:05

# 2 0.099Subject Sample 19:06

2.332Breath Volume 19:06

0.000Air Blank 19:06

0.080Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 07/21/2021 16:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:0806/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:45

18:31

Okaloosa County SO

POWELL,MICHAEL

07/15/2023

1349789

Okaloosa County SO

POWELL,MICHAEL,T

ALDRIDGE

06/03/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.080Control Test 19:44

0.000Air Blank 19:44

# 1 0.067Subject Sample 19:45

3.542Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:47

# 2 0.068Subject Sample 19:48

3.843Breath Volume 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 07/21/2021 16:19

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:5106/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:16

18:38

Santa Rosa County SO

KIM,JAMES

07/15/2023

1349789

Santa Rosa County SO

HOWTON,CARSON,H

JONES

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:38

0.000Air Blank 19:38

0.081Control Test 19:39

0.000Air Blank 19:39

# 1Subject Sample 19:42 No Sample Provided

0.000Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2Subject Sample 19:45 Subject Test Refused

0.000Breath Volume 19:45

0.000Air Blank 19:45

0.080Control Test 19:46

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 06/24/2021 15:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4406/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:39

Santa Rosa County SO

CUPPLES,ZACH

07/15/2023

1349789

Santa Rosa County SO

WEAVER,COREY,R

REBBER

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:28

# 1 0.108Subject Sample 03:29

3.121Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.107Subject Sample 03:32

3.144Breath Volume 03:32

0.000Air Blank 03:32

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 06/24/2021 15:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:12:4806/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:46

11:53

Santa Rosa County SO

CARLSON,JOSHUA

07/15/2023

1349789

Santa Rosa County SO

CARLSON,JOSHUA,L

SLOAN

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:06

0.000Air Blank 13:07

0.080Control Test 13:07

0.000Air Blank 13:07

# 1 0.000Subject Sample 13:08

4.019Breath Volume 13:08

0.000Air Blank 13:08

0.000Air Blank 13:10

# 2 0.000Subject Sample 13:11

3.710Breath Volume 13:11

0.000Air Blank 13:11

0.080Control Test 13:12

0.000Air Blank 13:12

OKDiagnostics Check 13:12

Data Download Date/Time: 06/24/2021 15:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:38:4406/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

16:59

Santa Rosa County SO

KIM,JAMES

07/15/2023

1349789

Santa Rosa County SO

HOWTON,CARSON,H

TAYLOR

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:30

0.000Air Blank 17:30

0.080Control Test 17:31

0.000Air Blank 17:31

# 1Subject Sample 17:34 No Sample Provided

0.000Breath Volume 17:34

0.000Air Blank 17:35

0.000Air Blank 17:37

# 2Subject Sample 17:37 Subject Test Refused

0.000Breath Volume 17:37

0.000Air Blank 17:37

0.080Control Test 17:38

0.000Air Blank 17:38

OKDiagnostics Check 17:38

Data Download Date/Time: 06/24/2021 15:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:0006/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:49

Santa Rosa County SO

CUPPLES,ZACH

07/15/2023

1349789

Santa Rosa County SO

WEAVER,COREY,R

REUSCHEL

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:52

# 1 0.287Subject Sample 22:53

1.984Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:55

# 2 0.274Subject Sample 22:56

2.625Breath Volume 22:56

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:58

Data Download Date/Time: 06/24/2021 15:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:5606/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:35

04:10

Santa Rosa County SO

CUPPLES,ZACH

07/15/2023

1349789

Santa Rosa County SO

WEAVER,COREY,R

AUDET

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 06:55

0.000Air Blank 06:56

0.080Control Test 06:56

0.000Air Blank 06:57

# 1 0.000Subject Sample 06:57

1.703Breath Volume 06:57

0.000Air Blank 06:58

0.000Air Blank 07:00

# 2 0.000Subject Sample 07:00

2.621Breath Volume 07:00

0.000Air Blank 07:01

0.079Control Test 07:01

0.000Air Blank 07:01

OKDiagnostics Check 07:01

Data Download Date/Time: 06/24/2021 15:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:2206/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:27

16:50

Santa Rosa County SO

LYNN,JAMISON

07/15/2023

1349789

Santa Rosa County SO

LYNN,JAMISON,C

MORRIS

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:47

0.000Air Blank 17:48

0.080Control Test 17:48

0.000Air Blank 17:49

# 1Subject Sample 17:51 Slope Not Met

1.406Breath Volume 17:51

0.000Air Blank 17:52

0.080Control Test 17:52

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 06/24/2021 15:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:4206/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:27

16:50

Santa Rosa County SO

LYNN,JAMISON

07/15/2023

1349789

Santa Rosa County SO

LYNN,JAMISON,C

MORRIS

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.079Control Test 17:55

0.000Air Blank 17:56

# 1 0.172Subject Sample 17:57

2.417Breath Volume 17:57

0.000Air Blank 17:57

0.000Air Blank 17:59

# 2 0.181Subject Sample 18:00

2.773Breath Volume 18:00

0.000Air Blank 18:00

0.079Control Test 18:01

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 06/24/2021 15:04

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4506/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:20

Santa Rosa County SO

JACKSON,DAKOTA

07/15/2023

1349789

Santa Rosa County SO

JACKSON,DAKOTA,S

GOOLSBY

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:20

# 1 0.234Subject Sample 03:21

1.488Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.246Subject Sample 03:24

2.683Breath Volume 03:24

0.000Air Blank 03:25

0.077Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 06/24/2021 15:05

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:22:1806/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:56

15:19

Santa Rosa County SO

HALFHILL,TYLER

07/15/2023

1349789

Santa Rosa County SO

HOWTON,CARSON,H

CORUM

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:19

0.000Air Blank 17:19

0.081Control Test 17:19

0.000Air Blank 17:20

# 1Subject Sample 17:20 Subject Test Refused

0.000Breath Volume 17:20

0.000Air Blank 17:21

0.080Control Test 17:21

0.000Air Blank 17:22

OKDiagnostics Check 17:22

Data Download Date/Time: 06/24/2021 15:05

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:1806/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:13

Santa Rosa County SO

RODRIGUEZ,PAUL

07/15/2023

1349789

Santa Rosa County SO

RODRIGUEZ,PAUL,M

JUAREZ

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:02

# 1Subject Sample 00:05 No Sample Provided

0.000Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2Subject Sample 00:08 Subject Test Refused

0.000Breath Volume 00:08

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 06/24/2021 15:05

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:1506/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:15

FHP Troop A

JONES,KEITH

07/15/2023

1349789

FHP Troop A

JONES,KEITH,P

CARTER

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:35

# 1 0.000Subject Sample 04:35

3.460Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.000Subject Sample 04:38

3.539Breath Volume 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 06/24/2021 15:05

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:08:4106/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:43

13:17

Santa Rosa County SO

QUICK,STEPHEN

07/15/2023

1349789

Santa Rosa County SO

QUICK,STEPHEN,W

JOHNSON

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:04

0.000Air Blank 14:04

0.079Control Test 14:04

0.000Air Blank 14:05

# 1Subject Sample 14:07 Subject Test Refused

0.000Breath Volume 14:07

0.000Air Blank 14:07

0.080Control Test 14:08

0.000Air Blank 14:08

OKDiagnostics Check 14:08

Data Download Date/Time: 06/24/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:2206/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

17:13

FHP Troop A

HARRISON,BOBBY

07/15/2023

1349789

FHP Troop A

HARRISON,BOBBY,J

GREGOR

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:19

0.000Air Blank 18:19

0.080Control Test 18:19

0.000Air Blank 18:20

# 1 0.151Subject Sample 18:20

2.039Breath Volume 18:20

0.000Air Blank 18:21

0.000Air Blank 18:23

# 2 0.149Subject Sample 18:23

1.406Breath Volume 18:23

0.000Air Blank 18:24

0.079Control Test 18:24

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 06/24/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:5206/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:50

Santa Rosa County SO

MCDANIEL,JT

07/15/2023

1349789

Santa Rosa County SO

MCDANIEL,JT,A

LOCK

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

# 1 0.000Subject Sample 22:43

1.910Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.000Subject Sample 22:46

2.167Breath Volume 22:46

0.000Air Blank 22:46

0.081Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 06/24/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:3206/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

10:50

FHP Troop A

WARD,RYAN

07/15/2023

1349789

FHP Troop A

WARD,RYAN,D

FINLEY

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:58

# 2 0.141Subject Sample 23:59

1.996Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.138Subject Sample 00:01

3.605Breath Volume 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 06/24/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:5706/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:35

FHP Troop A

SAMPSON,DAVID

07/15/2023

1349789

FHP Troop A

SAMPSON,DAVID,A

DOWD

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1 0.166Subject Sample 22:34

1.585Breath Volume 22:34

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.142Subject Sample 22:38

1.308Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 3 0.163Subject Sample 22:41

1.363Breath Volume 22:41

0.000Air Blank 22:42

0.077Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 06/24/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0306/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:04

Santa Rosa County SO

DANIELS,DAVID

07/15/2023

1349789

Santa Rosa County SO

DANIELS,DAVID,C

FINCHAM

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

# 1 0.192Subject Sample 00:54

4.011Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.192Subject Sample 00:57

3.042Breath Volume 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:59

Data Download Date/Time: 06/24/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:3206/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:06

Gulf Breeze PD

SCAPIN,BRANDON

07/15/2023

1349789

Gulf Breeze PD

SCAPIN,BRANDON,L

CONNOLLY

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:49

# 1 0.112Subject Sample 04:49

1.921Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.113Subject Sample 04:52

3.167Breath Volume 04:52

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 06/24/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:1806/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:41

Santa Rosa County SO

GRANTHAM,WILLIAM

07/15/2023

1349789

Santa Rosa County SO

GRANTHAM,WILLIAM,H

REBMAN

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

# 1Subject Sample 21:45 No Sample Provided

0.000Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2Subject Sample 21:47 Subject Test Refused

0.000Breath Volume 21:47

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 06/24/2021 15:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:4706/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:22

Santa Rosa County SO

ALEXANDER,LLOYD

07/15/2023

1349789

Santa Rosa County SO

ALEXANDER,LLOYD,A

FRANKOVICH

05/28/2021

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.081Control Test 21:36

0.000Air Blank 21:36

# 1 0.000Subject Sample 21:37

1.242Breath Volume 21:37

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.000Subject Sample 21:41

1.429Breath Volume 21:41

0.000Air Blank 21:41

0.081Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 06/24/2021 15:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:2206/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:29

18:49

Columbia County SO

LORTON,CORNELIUS

03/05/2022

04120080A1

Columbia County SO

LORTON,CORNELIUS,Q

MADDOX

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.081Control Test 19:34

0.000Air Blank 19:35

# 1 0.213Subject Sample 19:36

1.593Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:38

# 2 0.218Subject Sample 19:39

1.402Breath Volume 19:39

0.000Air Blank 19:40

0.080Control Test 19:40

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:24:0206/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

07:22

FHP Troop B

BEAGLE,JANET

03/05/2022

04120080A1

FHP Troop B

HILLIARD,KARI,A

CLAY

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 09:17

0.000Air Blank 09:18

0.080Control Test 09:18

0.000Air Blank 09:19

# 1 0.000Subject Sample 09:19

3.359Breath Volume 09:19

0.000Air Blank 09:20

0.000Air Blank 09:22

# 2 0.000Subject Sample 09:22

3.437Breath Volume 09:22

0.000Air Blank 09:23

0.079Control Test 09:23

0.000Air Blank 09:23

OKDiagnostics Check 09:24

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:59:5606/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:27

08:17

Columbia County SO

SORTO,ALEXANDRA

03/05/2022

04120080A1

Columbia County SO

COLE,DANDRA,M

HESS

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:47

0.000Air Blank 09:48

0.079Control Test 09:48

0.000Air Blank 09:49

# 1Subject Sample 09:52 No Sample Provided

0.000Breath Volume 09:52

0.000Air Blank 09:52

0.000Air Blank 09:54

# 2 0.123Subject Sample 09:57 Volume Not Met

0.445Breath Volume 09:57

0.000Air Blank 09:58

0.078Control Test 09:59

0.000Air Blank 09:59

OKDiagnostics Check 09:59

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:20:1206/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:20

08:17

Columbia County SO

SORTO,ALEXANDRA

03/05/2022

04120080A1

Columbia County SO

COLE,DANDRA,M

HESS

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:02

0.000Air Blank 10:03

0.077Control Test 10:03

0.000Air Blank 10:04

# 1 0.141Subject Sample 10:07

1.152Breath Volume 10:07

0.000Air Blank 10:08

0.000Air Blank 10:09

# 2 0.127Subject Sample 10:12 Volume Not Met

0.937Breath Volume 10:12

0.000Air Blank 10:13

0.000Air Blank 10:15

# 3 0.126Subject Sample 10:18 Volume Not Met

1.019Breath Volume 10:18

0.000Air Blank 10:19

0.074Control Test 10:19 Control Outside Tolerance

0.000Air Blank 10:20

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:5706/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:28

Columbia County SO

HARVEY,DEPUTY

03/05/2022

04120080A1

Columbia County SO

HARVEY,DAVID,A

BRINGMAN

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

# 1 0.000Subject Sample 23:50

2.152Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.000Subject Sample 23:53

2.574Breath Volume 23:53

0.000Air Blank 23:54

0.079Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4706/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:45

Columbia County SO

SAMSON,JOSHUA

03/05/2022

04120080A1

Columbia County SO

HARVEY,DAVID,A

ALTMAN

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

# 1Subject Sample 00:37 No Sample Provided

0.000Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2Subject Sample 00:40 RFI Detect

0.000Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41 RFI Detect

0.000Air Blank 00:41

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:40:0306/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

07:08

FHP Troop B

DELGADO,DAVID

03/05/2022

04120080A1

FHP Troop B

DRYDEN,JOHN,E

SANDERS

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:37

0.000Air Blank 07:37

0.079Control Test 07:37

0.000Air Blank 07:38

# 1Subject Sample 07:38 Subject Test Refused

0.000Breath Volume 07:38

0.000Air Blank 07:39

0.079Control Test 07:39

0.000Air Blank 07:39

OKDiagnostics Check 07:40

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:32:2606/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:05

12:45

FHP Troop B

WILLIAMS,ELMO

03/05/2022

04120080A1

FHP Troop B

WILLIAMS,ELMO,R

MUNOZ

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:26

0.000Air Blank 14:26

0.080Control Test 14:26

0.000Air Blank 14:27

# 1 0.309Subject Sample 14:27

3.605Breath Volume 14:27

0.000Air Blank 14:28

0.000Air Blank 14:30

# 2 0.300Subject Sample 14:30

3.660Breath Volume 14:30

0.000Air Blank 14:31

0.075Control Test 14:31

0.000Air Blank 14:32

OKDiagnostics Check 14:32

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:56:5506/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:30

11:01

FHP Troop B

MARTIN,DANIEL

03/05/2022

04120080A1

FHP Troop B

MARTIN,DANIEL,M

FRAZIER

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:50

0.000Air Blank 11:51

0.079Control Test 11:51

0.000Air Blank 11:51

# 1 0.229Subject Sample 11:52

1.949Breath Volume 11:52

0.000Air Blank 11:53

0.000Air Blank 11:54

# 2 0.223Subject Sample 11:55

2.386Breath Volume 11:55

0.000Air Blank 11:55

0.077Control Test 11:56

0.000Air Blank 11:56

OKDiagnostics Check 11:56

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1306/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:15

Columbia County SO

BROWN,BRITTANY

03/05/2022

04120080A1

Columbia County SO

BROWN,BRITTANY,N

SIKES

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:1506/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:10

Columbia County SO

LORTON,CORNELIUS

03/05/2022

04120080A1

Columbia County SO

LORTON,CORNELIUS,Q

JOSEPH

05/26/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1 0.185Subject Sample 22:59

3.437Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:01

# 2 0.187Subject Sample 23:02

2.960Breath Volume 23:02

0.000Air Blank 23:03

0.078Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 07/02/2021 09:17

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000776CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:2606/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:25

FHP Troop B

GANUS,GLEN

03/05/2022

04120080A1

FHP Troop B

GANUS,GLEN,A

STRATTON

06/09/2021

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:34

0.078Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 07/26/2021 14:10

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:3406/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:08

Washington County SO

GORDON,GREGORY

06/07/2021

970670

Holmes County SO

GORDON,GREGORY,S

HAWTHORNE

05/17/2021

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.082Control Test 21:07

0.000Air Blank 21:08

# 1 0.132Subject Sample 21:08

3.273Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.127Subject Sample 21:12

3.441Breath Volume 21:12

0.000Air Blank 21:12

0.080Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 06/10/2021 11:25

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:02:0006/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:35

11:35

FHP Troop A

WHITAKER,JOHNNY

06/07/2021

970670

FHP Troop A

WHITAKER,JOHNNY,W

JENKINS

05/17/2021

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:55

0.000Air Blank 12:56

0.082Control Test 12:56

0.000Air Blank 12:57

# 1 0.269Subject Sample 12:57

2.933Breath Volume 12:57

0.000Air Blank 12:58

0.000Air Blank 12:59

# 2 0.262Subject Sample 13:00

2.765Breath Volume 13:00

0.000Air Blank 13:01

0.079Control Test 13:01

0.000Air Blank 13:01

OKDiagnostics Check 13:02

Data Download Date/Time: 06/10/2021 11:26

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:2706/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

17:40

FHP Troop A

WHITAKER,JOHNNY

06/07/2021

970670

FHP Troop A

WHITAKER,JOHNNY,W

CARPENTER

05/17/2021

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:20

0.081Control Test 18:20

0.000Air Blank 18:21

# 1 0.343Subject Sample 18:21

2.328Breath Volume 18:21

0.000Air Blank 18:22

0.000Air Blank 18:24

# 2 0.339Subject Sample 18:24

2.332Breath Volume 18:24

0.000Air Blank 18:25

0.079Control Test 18:25

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 06/10/2021 11:26

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:3406/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:25

Washington County SO

LERNER,MATTHEW

01/15/2022

1076482

Washington County SO

LERNER,MATTHEW,H

AMYX

06/10/2021

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.081Control Test 23:02

0.000Air Blank 23:02

# 1Subject Sample 23:04 Slope Not Met

0.910Breath Volume 23:04

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 07/07/2021 10:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:1006/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:25

Washington County SO

LERNER,MATTHEW

01/15/2022

1076482

Washington County SO

LERNER,MATTHEW,H

AMYX

06/10/2021

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:10

# 1Subject Sample 23:13 No Sample Provided

0.000Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 07/07/2021 10:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:4406/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

17:02

FHP Troop A

IVEY,BRUCE

01/15/2022

1076482

FHP Troop A

IVEY,BRUCE,A

MAYO

06/10/2021

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:24

# 1 0.155Subject Sample 22:25

1.500Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.170Subject Sample 22:28

1.960Breath Volume 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 07/07/2021 10:31

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:57:4406/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

08:32

FHP Troop A

LITTLE,NICHOLAS

09/20/2022

1206004

FHP Troop A

LITTLE,NICHOLAS,M

BARR

05/10/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:51

0.000Air Blank 09:51

0.081Control Test 09:52

0.000Air Blank 09:52

# 1 0.000Subject Sample 09:53

2.781Breath Volume 09:53

0.000Air Blank 09:53

0.000Air Blank 09:55

# 2 0.000Subject Sample 09:56

2.355Breath Volume 09:56

0.000Air Blank 09:56

0.081Control Test 09:57

0.000Air Blank 09:57

OKDiagnostics Check 09:57

Data Download Date/Time: 06/09/2021 11:46

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2906/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:15

FHP Troop A

LEWIS,TIMOTHY

09/20/2022

1206004

FHP Troop A

LEWIS,TIMOTHY,B

PHARR

06/09/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.091Subject Sample 03:27

1.250Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.086Subject Sample 03:30

1.253Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 07/02/2021 09:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:0506/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

05:20

FHP Troop A

ACKER,AARON

09/20/2022

1206004

FHP Troop A

ACKER,AARON,M

NOF

06/09/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:11

0.000Air Blank 06:11

0.081Control Test 06:11

0.000Air Blank 06:12

# 1 0.206Subject Sample 06:13

1.601Breath Volume 06:13

0.000Air Blank 06:13

0.000Air Blank 06:15

# 2 0.192Subject Sample 06:16

1.671Breath Volume 06:16

0.000Air Blank 06:17

0.080Control Test 06:17

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 07/02/2021 09:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:2706/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:02

FHP Troop A

LEWIS,TIMOTHY

09/20/2022

1206004

FHP Troop A

ACKER,AARON,M

VALDEZ CRUZ

06/09/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.081Control Test 03:38

0.000Air Blank 03:39

# 1 0.253Subject Sample 03:40

2.343Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:42

# 2 0.248Subject Sample 03:43

1.625Breath Volume 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 07/02/2021 09:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0906/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:05

FHP Troop A

LEWIS,TIMOTHY

09/20/2022

1206004

FHP Troop A

LEWIS,TIMOTHY,B

VAUGHN

06/09/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.082Control Test 04:07

0.000Air Blank 04:08

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 07/02/2021 09:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:24:1306/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

06:50

FHP Troop A

MCNABB,KENNETH

09/20/2022

1206004

FHP Troop A

MCNABB,KENNETH,E

WILSON

06/09/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:18

0.000Air Blank 08:18

0.082Control Test 08:18

0.000Air Blank 08:19

# 1 0.220Subject Sample 08:19

2.339Breath Volume 08:19

0.000Air Blank 08:20

0.000Air Blank 08:22

# 2 0.210Subject Sample 08:22

1.804Breath Volume 08:22

0.000Air Blank 08:23

0.078Control Test 08:23

0.000Air Blank 08:24

OKDiagnostics Check 08:24

Data Download Date/Time: 07/02/2021 09:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:0806/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:35

FHP Troop A

LEWIS,TIMOTHY

09/20/2022

1206004

FHP Troop A

LEWIS,TIMOTHY,B

FLOYD

06/09/2021

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.082Control Test 03:33

0.000Air Blank 03:34

# 1 0.184Subject Sample 03:34

2.070Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.183Subject Sample 03:37

1.144Breath Volume 03:37

0.000Air Blank 03:38

0.082Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 07/02/2021 09:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:1106/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:13

Gulf Breeze PD

SIMMS,KYLE

08/03/2023

1356262

Gulf Breeze PD

SIMMS,KYLE,N

CRENSHAW

06/01/2021

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:07

# 1 0.000Subject Sample 03:08

4.417Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.000Subject Sample 03:11

5.160Breath Volume 03:11

0.000Air Blank 03:12

0.082Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 07/12/2021 11:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:3206/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:44

Gulf Breeze PD

CHURCHILL,JONATHAN

08/03/2023

1356262

Gulf Breeze PD

CHURCHILL,JONATHAN,W

MONSERRATE

06/01/2021

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.079Control Test 22:53

0.000Air Blank 22:53

# 1 0.241Subject Sample 22:54

2.761Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.236Subject Sample 22:57

2.519Breath Volume 22:57

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 07/12/2021 11:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:1506/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

22:07

Gulf Breeze PD

WHITE,TRAVIS

08/03/2023

1356262

Gulf Breeze PD

WHITE,TRAVIS,D

YUDIN

06/01/2021

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.079Control Test 22:43

0.000Air Blank 22:43

# 1Subject Sample 22:43 Subject Test Refused

0.000Breath Volume 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 07/12/2021 11:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:1606/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:24

Gulf Breeze PD

SIMMS,KYLE

08/03/2023

1356262

Gulf Breeze PD

SIMMS,KYLE,N

REZAC

06/01/2021

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.080Control Test 19:52

0.000Air Blank 19:52

# 1 0.188Subject Sample 19:53

1.304Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:55

# 2 0.202Subject Sample 19:56

1.421Breath Volume 19:56

0.000Air Blank 19:57

0.080Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 07/12/2021 11:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:4206/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:38

Gulf Breeze PD

SIMMS,KYLE

08/03/2023

1356262

Gulf Breeze PD

SIMMS,KYLE,N

KIROL

06/01/2021

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.080Control Test 20:06

0.000Air Blank 20:06

# 1 0.216Subject Sample 20:07

1.914Breath Volume 20:07

0.000Air Blank 20:07

0.000Air Blank 20:09

# 2 0.208Subject Sample 20:10

1.773Breath Volume 20:10

0.000Air Blank 20:10

0.080Control Test 20:11

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 07/12/2021 11:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:06:4206/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

15:05

Gulf Breeze PD

WATSON,C

08/03/2023

1356262

OTHER Fed

YOUNGREN,DENNIS,A

MOBLEY

06/01/2021

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:00

0.000Air Blank 16:00

0.078Control Test 16:01

0.000Air Blank 16:01

# 1 0.125Subject Sample 16:02

3.152Breath Volume 16:02

0.000Air Blank 16:02

0.000Air Blank 16:04

# 2 0.126Subject Sample 16:05

3.292Breath Volume 16:05

0.000Air Blank 16:05

0.081Control Test 16:06

0.000Air Blank 16:06

OKDiagnostics Check 16:06

Data Download Date/Time: 07/12/2021 11:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:3106/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:20

St. Lucie County SO

THOMPSON,DRIAN

01/05/2022

30219080A3

Port St. Lucie PD

CAGLIONI,DAVID,A

KREIDLER

06/18/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.077Control Test 23:44

0.000Air Blank 23:45

# 1 0.168Subject Sample 23:45

1.585Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.158Subject Sample 23:48

1.363Breath Volume 23:48

0.000Air Blank 23:49

0.078Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 07/29/2021 12:06

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:2406/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:54

St. Lucie County SO

LIMB,HUNTER

04/05/2023

06021080A3

St. Lucie County SO

LIMB,HUNTER,

MUISE

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.081Control Test 01:40

0.000Air Blank 01:40

# 1 0.088Subject Sample 01:41

4.003Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.089Subject Sample 01:43

3.753Breath Volume 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 06/18/2021 11:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:2606/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

16:29

St. Lucie County SO

JONES,CORTLAND

04/05/2023

06021080A3

St. Lucie County SO

JONES,CORTLAND,T

GARCIA

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:30

0.000Air Blank 17:31

0.081Control Test 17:31

0.000Air Blank 17:31

# 1 0.143Subject Sample 17:33

1.480Breath Volume 17:33

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.148Subject Sample 17:35

2.640Breath Volume 17:35

0.000Air Blank 17:36

0.080Control Test 17:36

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 06/18/2021 11:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:18:3306/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:52

18:13

St. Lucie County SO

LIMB,HUNTER

04/05/2023

06021080A3

St. Lucie County SO

LIMB,HUNTER,

BABULA

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:12

0.000Air Blank 19:12

0.080Control Test 19:13

0.000Air Blank 19:13

# 1 0.206Subject Sample 19:14

2.777Breath Volume 19:14

0.000Air Blank 19:14

0.000Air Blank 19:16

# 2 0.200Subject Sample 19:16

2.765Breath Volume 19:16

0.000Air Blank 19:17

0.080Control Test 19:17

0.000Air Blank 19:18

OKDiagnostics Check 19:18

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4206/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:32

St. Lucie County SO

LIMB,HUNTER

04/05/2023

06021080A3

St. Lucie County SO

LIMB,HUNTER,

LEWIN

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.081Control Test 01:17

0.000Air Blank 01:18

# 1 0.110Subject Sample 01:18

2.992Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.108Subject Sample 01:21

2.496Breath Volume 01:21

0.000Air Blank 01:21

0.081Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:1806/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:54

St. Lucie County SO

LIMB,HUNTER

04/05/2023

06021080A3

St. Lucie County SO

LIMB,HUNTER,

RAMIREZ-JACINTO

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

# 1 0.143Subject Sample 23:35

3.589Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.138Subject Sample 23:38

4.136Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:5706/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:43

St. Lucie County SO

GILKEY,JOSHUA

04/05/2023

06021080A3

St. Lucie County SO

GILKEY,JOSHUA,A

BATTLE

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:48

# 1 0.137Subject Sample 03:49

2.468Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 2 0.137Subject Sample 03:52

2.082Breath Volume 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:0606/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:08

St. Lucie County SO

GILKEY,JOSHUA

04/05/2023

06021080A3

St. Lucie County SO

GILKEY,JOSHUA,A

CUADRADO CUADRADO

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:26

# 1 0.162Subject Sample 04:26

2.796Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.147Subject Sample 04:29

1.355Breath Volume 04:29

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:4906/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:41

Port St. Lucie PD

FRAZIER,MICHAEL

04/05/2023

06021080A3

Port St. Lucie PD

LEEFLANG,DANIEL,B

XANTHAKIS

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:52

# 1 0.233Subject Sample 05:53

1.511Breath Volume 05:53

0.000Air Blank 05:54

0.000Air Blank 05:55

# 2 0.230Subject Sample 05:56

1.218Breath Volume 05:56

0.000Air Blank 05:56

0.079Control Test 05:57

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:59:4106/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:32

06:51

FHP Troop K

MONROIG,ANIBAL

04/05/2023

06021080A3

FHP Troop K

SCHNELLBACHER,ALBERT,J

RIVERA

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:53

0.000Air Blank 09:53

0.080Control Test 09:54

0.000Air Blank 09:54

# 1 0.177Subject Sample 09:54

1.695Breath Volume 09:54

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.181Subject Sample 09:58

1.796Breath Volume 09:58

0.000Air Blank 09:58

0.079Control Test 09:59

0.000Air Blank 09:59

OKDiagnostics Check 09:59

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2706/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:30

St. Lucie County SO

FORMELIO,J

04/05/2023

06021080A3

St. Lucie County SO

KIRCHNER,MATTHEW,J

CENDEJAS

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.081Control Test 02:09

0.000Air Blank 02:09

# 1 0.276Subject Sample 02:10

2.203Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.258Subject Sample 02:12

1.750Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:56:4806/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:28

11:15

St. Lucie County SO

DRAWDY,LAINE

04/05/2023

06021080A3

St. Lucie County SO

DRAWDY,LAINE,A

BAILEY

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:48

0.000Air Blank 12:49

0.080Control Test 12:49

0.000Air Blank 12:50

# 1 0.221Subject Sample 12:51

1.312Breath Volume 12:51

0.000Air Blank 12:52

0.000Air Blank 12:54

# 2 0.221Subject Sample 12:55

1.792Breath Volume 12:55

0.000Air Blank 12:55

0.080Control Test 12:56

0.000Air Blank 12:56

OKDiagnostics Check 12:56

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:0606/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

09:48

FHP Troop L

HENRIQUEZ ZUNIGA,MARCIO

04/05/2023

06021080A3

FHP Troop L

HENRIQUEZ ZUNIGA,MARCIO,E

ROLLE

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:06

0.000Air Blank 13:06

0.081Control Test 13:07

0.000Air Blank 13:07

# 1 0.000Subject Sample 13:08

1.171Breath Volume 13:08

0.000Air Blank 13:09

0.000Air Blank 13:11

# 2 0.000Subject Sample 13:11

1.289Breath Volume 13:11

0.000Air Blank 13:12

0.079Control Test 13:12

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4506/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:48

Fort Pierce PD

ANTON,NICHOLAS

04/05/2023

06021080A3

Fort Pierce PD

ANTON,NICHOLAS,A

BICKMORE

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1 0.000Subject Sample 01:17

2.347Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.000Subject Sample 01:20

2.343Breath Volume 01:20

0.000Air Blank 01:20

0.080Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:3106/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:00

St. Lucie County SO

GILKEY,JOSHUA

04/05/2023

06021080A3

St. Lucie County SO

GILKEY,JOSHUA,A

MONTIJO RIVERA

05/20/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.080Control Test 01:36

0.000Air Blank 01:36

# 1 0.000Subject Sample 01:37

2.093Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.000Subject Sample 01:40

3.066Breath Volume 01:40

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 06/18/2021 11:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1006/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:53

St. Lucie County SO

HUNTER,LIMB

04/05/2023

06021080A3

St. Lucie County SO

LIMB,HUNTER,

SCHWARTZ

06/18/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1 0.138Subject Sample 02:50

1.488Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.126Subject Sample 02:53

2.179Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 07/29/2021 12:23

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:1006/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:28

St. Lucie County SO

LIMB,HUNTER

04/05/2023

06021080A3

St. Lucie County SO

LIMB,HUNTER,

WILLIAMS

06/18/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:26

0.000Air Blank 23:26

# 1 0.000Subject Sample 23:27

1.441Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.000Subject Sample 23:29

1.445Breath Volume 23:29

0.000Air Blank 23:30

0.081Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 07/29/2021 12:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:3806/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:01

St. Lucie County SO

LIMB,HUNTER

04/05/2023

06021080A3

St. Lucie County SO

LIMB,HUNTER,

SUNDERMEIER

06/18/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:55

# 1 0.081Subject Sample 23:56

1.496Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.077Subject Sample 23:59

1.468Breath Volume 23:59

0.000Air Blank 23:59

0.081Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 07/29/2021 12:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:5606/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:35

St. Lucie County SO

CERNUTO,ELISHA

04/05/2023

06021080A3

FFWCC (West Palm)

LIMB,HUNTER,

FUNES BELTRAN

06/18/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.081Control Test 00:47

0.000Air Blank 00:47

# 1 0.277Subject Sample 00:48

1.468Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:50

# 2 0.273Subject Sample 00:51

2.960Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 07/29/2021 12:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:24:0806/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:35

St. Lucie County SO

GRAZIANO,STEVEN

04/05/2023

06021080A3

St. Lucie County SO

GRAZIANO,STEVEN,L

WILKIE

06/18/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:17

0.000Air Blank 17:17

0.080Control Test 17:18

0.000Air Blank 17:18

# 1 0.295Subject Sample 17:19

1.621Breath Volume 17:19

0.000Air Blank 17:20

0.000Air Blank 17:21

# 2 0.294Subject Sample 17:22

1.785Breath Volume 17:22

0.000Air Blank 17:23

0.079Control Test 17:23

0.000Air Blank 17:24

OKDiagnostics Check 17:24

Data Download Date/Time: 07/29/2021 12:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5206/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:23

St. Lucie County SO

GILKEY,JOSHUA

04/05/2023

06021080A3

St. Lucie County SO

GILKEY,JOSHUA,A

ROSE

06/18/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

# 1 0.131Subject Sample 04:11

3.132Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.136Subject Sample 04:14

3.179Breath Volume 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 07/29/2021 12:24

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:3706/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:43

Gulf County SO

VAN HEERDEN,TY

02/05/2023

00521080A2

Gulf County SO

VAN HEERDEN,TY,C

LEWIS

06/07/2021

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 17:48

0.000Air Blank 17:48

0.079Control Test 17:48

0.000Air Blank 17:49

# 1 0.174Subject Sample 17:52 Volume Not Met

0.570Breath Volume 17:52

0.000Air Blank 17:53

0.000Air Blank 17:54

# 2 0.204Subject Sample 17:58 Volume Not Met

0.425Breath Volume 17:58

0.000Air Blank 17:58

0.078Control Test 17:59

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 07/08/2021 15:44

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:2906/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

02:46

Hillsborough Co SO

SARRASIN,R

08/05/2022

18220080A2

Tampa PD

MASON,FRANCESCA,M

NICOT VILLANUEVA

06/02/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.083Control Test 04:13

0.000Air Blank 04:14

# 1 0.136Subject Sample 04:15

1.765Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.142Subject Sample 04:18

1.324Breath Volume 04:18

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 07/16/2021 14:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:2406/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:27

Hillsborough Co SO

GARCIA,D

08/05/2022

18220080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HUERTAS GUERRERO

06/02/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

# 1 0.119Subject Sample 02:15

1.765Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.119Subject Sample 02:18

1.835Breath Volume 02:18

0.000Air Blank 02:19

0.082Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 07/16/2021 14:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:0106/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:06

FHP Troop B

QUINLAN,CHARLES

10/05/2021

22419080A3

Dixie County SO

TAYLOR,SHANE,G

PARKER

05/21/2021

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

# 1 0.173Subject Sample 00:53

2.992Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.174Subject Sample 00:56

2.796Breath Volume 00:56

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:58

Data Download Date/Time: 06/25/2021 10:33

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:3206/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:55

FFWCC (Lake City)

HARDEN,KEVIN

10/05/2021

22419080A3

Dixie County SO

FUTCH,JAMES,M

TOMASKI

05/21/2021

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

# 1 0.000Subject Sample 23:43

2.132Breath Volume 23:43

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.000Subject Sample 23:46

2.093Breath Volume 23:46

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 06/25/2021 10:33

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3906/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:39

FFWCC (Lake City)

ERICSON,TAYLOR

10/05/2021

22419080A3

Dixie County SO

FUTCH,JAMES,M

ECKART

05/21/2021

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.264Subject Sample 23:27

2.003Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:29

# 2 0.279Subject Sample 23:30

1.367Breath Volume 23:30

0.000Air Blank 23:30

0.075Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 06/25/2021 10:34

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:2206/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:36

FHP Troop B

GANUS,GLEN

10/05/2021

22419080A3

FHP Troop B

GANUS,GLEN,A

REILS

05/21/2021

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.080Control Test 04:34

0.000Air Blank 04:34

# 1Subject Sample 04:35 Subject Test Refused

0.000Breath Volume 04:35

0.000Air Blank 04:35

0.079Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 06/25/2021 10:34

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:5806/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:08

Sumter County SO

CASIMIRO,BRANDON

10/05/2021

181632

Sumter County SO

GAVIN,DEMERIS,P

HAYES

05/27/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:17

0.000Air Blank 05:17

0.075Control Test 05:17

0.000Air Blank 05:18

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:19

0.076Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 06/11/2021 10:54

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:3206/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:05

Hernando County SO

MOONEY,J

01/05/2022

30219080A3

Hernando County SO

BEETZ,JUSTIN,W

FRENCH

05/12/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.081Control Test 00:23

0.000Air Blank 00:24

# 1 0.230Subject Sample 00:24

2.050Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.229Subject Sample 00:27

2.343Breath Volume 00:27

0.000Air Blank 00:28

0.081Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 06/14/2021 18:33

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:3106/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:15

Hernando County SO

RIZZO,HALEY

04/05/2023

06021080A2

FHP Troop C

MENDEZ,JONATHON,A

ABBENE

06/14/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

# 1 0.156Subject Sample 02:16

1.585Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.160Subject Sample 02:19

1.781Breath Volume 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 07/13/2021 17:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4606/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:17

Hernando County SO

MOONEY,JAMES

04/05/2023

06021080A2

Hernando County SO

MOONEY,JAMES,W

VACCARINO

06/14/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.079Control Test 23:52

0.000Air Blank 23:52

# 1 0.192Subject Sample 23:54

1.101Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.199Subject Sample 23:58

1.355Breath Volume 23:58

0.000Air Blank 23:58

0.078Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 07/13/2021 17:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:28:3906/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:59

13:40

Hernando County SO

CROFT,BRETT

04/05/2023

06021080A2

Hernando County SO

CROFT,BRETT,

BAKER

06/14/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:19

0.000Air Blank 14:20

0.080Control Test 14:20

0.000Air Blank 14:21

# 1 0.249Subject Sample 14:23

1.570Breath Volume 14:23

0.000Air Blank 14:24

0.000Air Blank 14:26

# 2 0.246Subject Sample 14:27

1.128Breath Volume 14:27

0.000Air Blank 14:27

0.077Control Test 14:28

0.000Air Blank 14:28

OKDiagnostics Check 14:28

Data Download Date/Time: 07/13/2021 17:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:22:5806/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:55

09:02

Hernando County SO

BURKHART,ZACHARY

04/05/2023

06021080A2

Hernando County SO

WYNNE,JENNIFER,L

DOMAN

06/14/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:16

0.000Air Blank 10:16

0.080Control Test 10:17

0.000Air Blank 10:17

# 1 0.009Subject Sample 10:18

1.277Breath Volume 10:18

0.000Air Blank 10:19

0.000Air Blank 10:21

# 2 0.009Subject Sample 10:21

1.484Breath Volume 10:21

0.000Air Blank 10:22

0.080Control Test 10:22

0.000Air Blank 10:22

OKDiagnostics Check 10:22

Data Download Date/Time: 07/13/2021 17:58

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:1306/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:06

Sumter County SO

LAYNE,GARTH

10/05/2021

181632

Wildwood PD

PREVATT,WILLIAM,J

HOWARD

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.077Control Test 00:10

0.000Air Blank 00:11

# 1 0.133Subject Sample 00:12

4.082Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:14

# 2 0.124Subject Sample 00:15

2.199Breath Volume 00:15

0.000Air Blank 00:16

0.076Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 07/26/2021 11:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:2606/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:14

Sumter County SO

ALMANY,BRANDY

10/05/2021

181632

Sumter County SO

PREVATT,WILLIAM,J

DRAPER

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.078Control Test 01:46

0.000Air Blank 01:47

# 1 0.143Subject Sample 01:47

2.085Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.136Subject Sample 01:50

2.027Breath Volume 01:50

0.000Air Blank 01:51

0.076Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 07/26/2021 11:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:4406/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:40

Sumter County SO

MCCONNELL,AUSTIN

10/05/2021

181632

Sumter County SO

PREVATT,WILLIAM,J

PENNY

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.078Control Test 20:41

0.000Air Blank 20:41

# 1 0.088Subject Sample 20:42

2.199Breath Volume 20:42

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.088Subject Sample 20:45

2.109Breath Volume 20:45

0.000Air Blank 20:45

0.077Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 07/26/2021 11:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:0606/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:48

Sumter County SO

LAVIANO,TREVOR

10/05/2021

181632

Sumter County SO

PREVATT,WILLIAM,J

PERDUE

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.077Control Test 03:34

0.000Air Blank 03:34

# 1 0.046Subject Sample 03:35

2.644Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.044Subject Sample 03:38

2.683Breath Volume 03:38

0.000Air Blank 03:39

0.076Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 07/26/2021 11:49

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:4606/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

18:56

Sumter County SO

JENNINGS,JOSHUA

10/05/2021

181632

Sumter County SO

GAVIN,DEMERIS,P

JETER

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.077Control Test 20:38

0.000Air Blank 20:38

# 1 0.000Subject Sample 20:41 Volume Not Met

0.070Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.000Subject Sample 20:47 Volume Not Met

0.496Breath Volume 20:47

0.000Air Blank 20:47

0.076Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0306/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:10

Sumter County SO

HARTMANN,H

10/05/2021

181632

Sumter County SO

SMITH,WYATT,M

GIBSON

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.078Control Test 22:46

0.000Air Blank 22:47

# 1 0.070Subject Sample 22:50

2.679Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:52

# 2 0.070Subject Sample 22:53

2.597Breath Volume 22:53

0.000Air Blank 22:54

0.077Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:55

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4206/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:36

Sumter County SO

LETSON,REBECCA

10/05/2021

181632

Sumter County SO

LETSON,REBECCA,G

TONTALA

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.077Control Test 04:33

0.000Air Blank 04:33

# 1 0.157Subject Sample 04:36 Volume Not Met

0.515Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.223Subject Sample 04:42 No .020 agreement

2.089Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:44

# 3 0.190Subject Sample 04:45 No .020 agreement

1.503Breath Volume 04:45

0.000Air Blank 04:45

0.075Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:4406/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

21:00

Sumter County SO

NEUMANN,STEVEN

10/05/2021

181632

Sumter County SO

PREVATT,WILLIAM,J

HUNTER

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.077Control Test 21:32

0.000Air Blank 21:32

# 1Subject Sample 21:32 Subject Test Refused

0.000Breath Volume 21:32

0.000Air Blank 21:33

0.077Control Test 21:33

0.000Air Blank 21:34

FailDiagnostics Check 21:34 Temperature Regulation Test

0.000Air Blank 21:34

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:1706/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

21:00

Sumter County SO

NEUMANN,STEVEN

10/05/2021

181632

Sumter County SO

PREVATT,WILLIAM,J

HUNTER

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.077Control Test 21:40

0.000Air Blank 21:40

# 1Subject Sample 21:40 Subject Test Refused

0.000Breath Volume 21:40

0.000Air Blank 21:41

0.078Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1606/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

23:05

Sumter County SO

HARTMAN,HANS

10/05/2021

181632

Sumter County SO

JAIMES,FRANKLIN,

WRIGHT

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.078Control Test 23:46

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.077Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:2906/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:32

Sumter County SO

ADAMS,CLINT

10/05/2021

181632

Sumter County SO

JAIMES,FRANKLIN,

HILL

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.077Control Test 00:45

0.000Air Blank 00:46

# 1 0.000Subject Sample 00:47

2.058Breath Volume 00:47

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.000Subject Sample 00:50

1.957Breath Volume 00:50

0.000Air Blank 00:50

0.075Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:4806/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:11

Sumter County SO

LAYNE,GARTH

10/05/2021

181632

Wildwood PD

SMITH,WYATT,M

NICHOLS

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.077Control Test 00:20

0.000Air Blank 00:21

# 1 0.000Subject Sample 00:22

2.820Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.000Subject Sample 00:25

1.906Breath Volume 00:25

0.000Air Blank 00:25

0.077Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:4006/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:16

Sumter County SO

MUNSTER,CODY

10/05/2021

181632

Sumter County SO

JAIMES,FRANKLIN,

PALACIO

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.077Control Test 03:15

0.000Air Blank 03:16

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.079Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:2806/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:55

Sumter County SO

HOUGHTON,HUDSON

10/05/2021

181632

Wildwood PD

GAVIN,DEMERIS,P

BELCHER

06/11/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.078Control Test 21:04

0.000Air Blank 21:04

# 1Subject Sample 21:05 Subject Test Refused

0.000Breath Volume 21:05

0.000Air Blank 21:05

0.076Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 07/26/2021 11:50

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:4606/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:47

Groveland PD

APONTE,J

05/05/2022

193173

Groveland PD

APONTE,J,

SOCKWELL

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.077Control Test 22:34

0.000Air Blank 22:35

# 1 0.125Subject Sample 22:36

2.539Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.127Subject Sample 22:39

3.640Breath Volume 22:39

0.000Air Blank 22:39

0.080Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 06/11/2021 14:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2606/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

22:59

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

CORRIE

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

# 1 0.099Subject Sample 00:34

1.546Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.098Subject Sample 00:37

1.511Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 06/11/2021 14:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:1106/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:14

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BANNICK,COURTNEY,L

TEAGUE

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

# 1 0.102Subject Sample 00:50

1.738Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.100Subject Sample 00:53

2.292Breath Volume 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 06/11/2021 14:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:4406/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:22

Tavares PD

BARNES,M

05/05/2022

193173

Lake County SO

BANNICK,COURTNEY,L

WAYLAND

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

# 1 0.156Subject Sample 02:52

1.726Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.157Subject Sample 02:55

2.457Breath Volume 02:55

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 06/11/2021 14:59

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2106/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:43

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

SALAZAR CORDOVA

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

# 1 0.099Subject Sample 04:35

1.285Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.097Subject Sample 04:38

2.082Breath Volume 04:38

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 06/11/2021 15:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:2806/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

19:22

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BANNICK,COURTNEY,L

SMITH

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

# 1 0.017Subject Sample 19:50

2.503Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.015Subject Sample 19:54

1.636Breath Volume 19:54

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 06/11/2021 15:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:2106/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:03

FHP Troop D

MCKENZIE,WILLIAM

05/05/2022

193173

FHP Troop D

MCKENZIE,WILLIAM,S

SCHMIDT

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

# 1 0.143Subject Sample 00:52

1.812Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.142Subject Sample 00:55

1.738Breath Volume 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 06/11/2021 15:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1006/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:34

FHP Troop D

RICKETTS,J

05/05/2022

193173

Fruitland Park PD

MCKENZIE,WILLIAM,S

ZIMMERMAN

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.079Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 06/11/2021 15:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:1606/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:25

Eustis PD

RAPP,ERIC

05/05/2022

193173

Eustis PD

RAPP,ERIC,G

DESMOND

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.080Control Test 21:22

0.000Air Blank 21:22

# 1 0.199Subject Sample 21:23

3.625Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:25

# 2 0.192Subject Sample 21:26

3.214Breath Volume 21:26

0.000Air Blank 21:27

0.080Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 06/11/2021 15:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:1706/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:01

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

CARTER,BENJAMIN,A

WOLFE

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:49

# 1 0.051Subject Sample 02:51

1.820Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.048Subject Sample 02:54

1.546Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 06/11/2021 15:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:3206/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:45

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BANNICK,COURTNEY,L

VEIHMEYER

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

# 1Subject Sample 23:15 Subject Test Refused

0.000Breath Volume 23:15

0.000Air Blank 23:15

0.080Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 06/11/2021 15:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0106/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:04

Lake County SO

RODEN,A

05/05/2022

193173

Lake County SO

CHESSHER,SANDRA,W

BEEGLE

05/24/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

# 1 0.000Subject Sample 01:14

1.820Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.000Subject Sample 01:17

1.644Breath Volume 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:19

Data Download Date/Time: 06/11/2021 15:00

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:2706/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:05

Eustis PD

RAPP,E

05/05/2022

193173

Eustis PD

RAPP,E,G

DAVIS

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1 0.217Subject Sample 02:12

3.562Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.195Subject Sample 02:16

3.554Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:18

# 3 0.193Subject Sample 02:19

2.457Breath Volume 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0906/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

00:00

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BANNICK,COURTNEY,L

ACKER

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:30

0.000Air Blank 00:30

# 1 0.156Subject Sample 00:31

2.125Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:33

# 2 0.161Subject Sample 00:34

3.769Breath Volume 00:34

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3506/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:09

Tavares PD

STEWART,JUSTIN

05/05/2022

193173

Lake County SO

BANNICK,COURTNEY,L

HELFRICH

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.079Control Test 02:56

0.000Air Blank 02:56

# 1 0.077Subject Sample 02:58

2.878Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.077Subject Sample 03:02

2.054Breath Volume 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:19:0606/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

05:51

Clermont PD

KRUSE,KRISTOPHER

05/05/2022

193173

Clermont PD

KRUSE,KRISTOPHER,D

OMEGA

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:06

0.000Air Blank 07:07

0.079Control Test 07:07

0.000Air Blank 07:08

# 1Subject Sample 07:11 No Sample Provided

0.000Breath Volume 07:11

0.000Air Blank 07:11

0.000Air Blank 07:13

# 2 0.236Subject Sample 07:14

1.394Breath Volume 07:14

0.000Air Blank 07:15

0.000Air Blank 07:16

# 3 0.242Subject Sample 07:17

1.226Breath Volume 07:17

0.000Air Blank 07:18

0.080Control Test 07:18

0.000Air Blank 07:19

OKDiagnostics Check 07:19

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:2206/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:03

Fruitland Park PD

MANDERS,MARC

05/05/2022

193173

Lady Lake PD

WILDEMAN-STUART,NATASHA,L

MONAGHAN

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.080Control Test 00:25

0.000Air Blank 00:25

# 1Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:5206/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

19:08

Clermont PD

DUBI,UZIEL

05/05/2022

193173

Clermont PD

DUBI,UZIEL,Y

RIST

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.080Control Test 20:40

0.000Air Blank 20:40

# 1 0.117Subject Sample 20:42

2.679Breath Volume 20:42

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.120Subject Sample 20:45

1.875Breath Volume 20:45

0.000Air Blank 20:45

0.080Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:1606/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:32

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BANNICK,COURTNEY,L

SMITH

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:17

0.000Air Blank 01:17

# 1Subject Sample 01:20 No Sample Provided

0.000Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.164Subject Sample 01:23

2.730Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 3 0.158Subject Sample 01:26

2.089Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:39:4806/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:59

15:59

Mount Dora PD

MURCHINSON,RONNIE

05/05/2022

193173

Mount Dora PD

MURCHINSON,RONNIE,

COOPER JR

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:31

0.000Air Blank 16:32

0.079Control Test 16:32

0.000Air Blank 16:33

# 1 0.196Subject Sample 16:34

1.523Breath Volume 16:34

0.000Air Blank 16:35

0.000Air Blank 16:37

# 2 0.196Subject Sample 16:38

1.511Breath Volume 16:38

0.000Air Blank 16:38

0.082Control Test 16:39

0.000Air Blank 16:39

OKDiagnostics Check 16:39

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1706/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:55

Tavares PD

BAUDERS,SEAN

05/05/2022

193173

Groveland PD

BANNICK,COURTNEY,L

BAUER

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

# 1 0.239Subject Sample 23:51

3.574Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.230Subject Sample 23:54

3.089Breath Volume 23:54

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 07/27/2021 17:01

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4506/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:42

Groveland PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BAUDERS,SEAN,A

FORGUES

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:10

# 1 0.060Subject Sample 02:13 Volume Not Met

0.976Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.067Subject Sample 02:16

1.246Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 3 0.064Subject Sample 02:20

1.503Breath Volume 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:4506/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:08

Groveland PD

RODRIGUEZ,RONALD

05/05/2022

193173

Groveland PD

RODRIGUEZ,RONALD,

BARKER

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:05

0.000Air Blank 19:06

0.080Control Test 19:06

0.000Air Blank 19:07

# 1 0.000Subject Sample 19:07

3.105Breath Volume 19:07

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.000Subject Sample 19:10

3.011Breath Volume 19:10

0.000Air Blank 19:10

0.080Control Test 19:11

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:3006/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:18

Tavares PD

PARISH,CLINT

05/05/2022

193173

Lake County SO

ROBERTS,KYLE,D

BLOWERS

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.079Control Test 00:01

0.000Air Blank 00:01

# 1 0.000Subject Sample 00:02

1.976Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.000Subject Sample 00:05

2.011Breath Volume 00:05

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:3106/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:39

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BANNICK,COURTNEY,L

SENTERS

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

# 1Subject Sample 21:03 Subject Test Refused

0.000Breath Volume 21:03

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:2906/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

22:50

FHP Troop K

CODY,DEONTA

05/05/2022

193173

FHP Troop K

CODY,DEONTA,M

MONTES DIAZ

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.080Control Test 00:17

0.000Air Blank 00:17

# 1 0.167Subject Sample 00:18

2.152Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.160Subject Sample 00:21

2.984Breath Volume 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:0106/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:25

Leesburg PD

LENFANT,BENJAMIN

05/05/2022

193173

Leesburg PD

MCCLAIN,DAVID,R

BROWN

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

# 1 0.101Subject Sample 05:04

1.890Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.098Subject Sample 05:07

1.546Breath Volume 05:07

0.000Air Blank 05:08

0.080Control Test 05:08

0.000Air Blank 05:08

OKDiagnostics Check 05:09

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1506/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:47

Lake County SO

PARISH,C

05/05/2022

193173

Lake County SO

KESSINGER,C,E

CABRERA

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1 0.125Subject Sample 00:37

1.402Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.123Subject Sample 00:40

1.261Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2306/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:27

Lake County SO

RODEN,ANDREW

05/05/2022

193173

Lake County SO

RODEN,ANDREW,M

MENESES-PEREZ

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:4906/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:36

Tavares PD

BANNICK,COURTNEY

05/05/2022

193173

Tavares PD

BANNICK,COURTNEY,L

WOLFE

06/11/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:22

0.080Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 07/27/2021 17:02

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:1006/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:51

Leesburg PD

DAGASTINO,STEFANO

01/05/2022

30219080A3

Leesburg PD

MCCLAIN,DAVID,R

DEFALCO

06/09/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

# 1 0.153Subject Sample 03:13

1.480Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.169Subject Sample 03:18

2.132Breath Volume 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 07/27/2021 14:45

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:3906/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:46

Leesburg PD

WALSH,SHANNON

01/05/2022

30219080A3

Leesburg PD

MCCLAIN,DAVID,R

ANDRYSHAK

06/09/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1Subject Sample 22:28 Subject Test Refused

0.000Breath Volume 22:28

0.000Air Blank 22:28

0.079Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 07/27/2021 14:45

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:0706/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:40

Leesburg PD

MCCLAIN,DAVID

01/05/2022

30219080A3

Leesburg PD

MCCLAIN,DAVID,R

LAKE

06/09/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:02

# 1 0.161Subject Sample 01:05

1.457Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.160Subject Sample 01:08

1.183Breath Volume 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 07/27/2021 14:45

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3206/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:03

Leesburg PD

HEUSER,JOSEPH

01/05/2022

30219080A3

Leesburg PD

HEUSER,JOSEPH,B

LACEY

06/09/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

# 1 0.186Subject Sample 00:48

2.128Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.192Subject Sample 00:51

2.132Breath Volume 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 07/27/2021 14:45

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:5406/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:58

Leesburg PD

DAGASTINO,STEFANO

01/05/2022

30219080A3

Leesburg PD

MCCLAIN,DAVID,R

PREISINGER

06/09/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:44

# 1 0.108Subject Sample 23:45

2.308Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.112Subject Sample 23:48

2.230Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 07/27/2021 14:45

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:2906/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:32

Leesburg PD

PEPPERS,BENJAMIN

01/05/2022

30219080A3

Leesburg PD

WILLIAMS,JONATHAN,B

WARD

06/09/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:37

# 1 0.000Subject Sample 23:39

2.156Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.000Subject Sample 23:42

1.917Breath Volume 23:42

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 07/27/2021 14:45

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:3006/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

21:00

Martin County SO

DELGADO,JOSE

10/05/2022

22620080A3

Martin County SO

DELGADO,JOSE,G

PARDO

05/18/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.079Control Test 21:06

0.000Air Blank 21:06

# 1 0.228Subject Sample 21:07

1.164Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.210Subject Sample 21:10

1.902Breath Volume 21:10

0.000Air Blank 21:11

0.079Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 06/15/2021 03:36

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:1606/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

20:22

Martin County SO

DELGADO,JOSE

10/05/2022

22620080A3

Martin County SO

DELGADO,JOSE,G

FULKS

05/18/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.079Control Test 20:26

0.000Air Blank 20:26

# 1 0.175Subject Sample 20:27

1.929Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.172Subject Sample 20:30

2.335Breath Volume 20:30

0.000Air Blank 20:31

0.079Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 06/15/2021 03:36

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0006/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:38

Martin County SO

DELGADO,JOSE

10/05/2022

22620080A3

Martin County SO

DELGADO,JOSE,G

BRADFORD

06/15/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

# 1 0.228Subject Sample 02:43

2.695Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 2 0.220Subject Sample 02:46

2.527Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:48

Data Download Date/Time: 07/23/2021 02:26

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:1906/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:57

Martin County SO

DELGADO,JOSE

10/05/2022

22620080A3

Martin County SO

DELGADO,JOSE,G

LEWIS

06/15/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.376Subject Sample 02:03

2.886Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.401Subject Sample 02:06

3.410Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 3 0.384Subject Sample 02:09

2.691Breath Volume 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 07/23/2021 02:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:5106/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:00

Martin County SO

FLINT,ERIC

10/05/2022

22620080A3

FHP Troop L

WILKES,JOHN,D

MUNROE

05/19/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:21

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 06/15/2021 00:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:5606/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:38

Martin County SO

GITLIN,C

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

COPELAND

05/19/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:18

# 1 0.232Subject Sample 00:19

1.820Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:21

# 2 0.229Subject Sample 00:22

1.539Breath Volume 00:22

0.000Air Blank 00:23

0.078Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 06/15/2021 00:38

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:1806/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:30

11:05

Martin County SO

MORRIS,KEVIN

10/05/2022

22620080A3

Martin County SO

MORRIS,KEVIN,E

THOMPSON

05/19/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:56

0.000Air Blank 11:57

0.080Control Test 11:57

0.000Air Blank 11:58

# 1 0.000Subject Sample 11:58

2.546Breath Volume 11:58

0.000Air Blank 11:59

0.000Air Blank 12:01

# 2 0.000Subject Sample 12:01

1.753Breath Volume 12:01

0.000Air Blank 12:02

0.080Control Test 12:02

0.000Air Blank 12:03

OKDiagnostics Check 12:03

Data Download Date/Time: 06/15/2021 00:39

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4306/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:45

Martin County SO

CAPLAN,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

CAPLAN,CHRISTOPHER,M

BASS

05/19/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:16

# 1 0.178Subject Sample 01:17

4.503Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.171Subject Sample 01:20

3.566Breath Volume 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 06/15/2021 00:39

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:5706/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:53

Martin County SO

CAPLAN,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

CAPLAN,CHRISTOPHER,M

SMITH

05/19/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:27

# 1 0.179Subject Sample 21:28

2.472Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.179Subject Sample 21:31

2.710Breath Volume 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 06/15/2021 00:39

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:4506/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:41

Stuart PD

CERNUTO,MATTHEW

10/05/2022

22620080A3

Stuart PD

CERNUTO,MATTHEW,D

JUNG

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:39

# 1 0.182Subject Sample 22:39

1.953Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.181Subject Sample 22:43

2.671Breath Volume 22:43

0.000Air Blank 22:43

0.079Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 07/23/2021 00:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:05:0506/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:20

09:18

Martin County SO

SANDERS,JAMES

10/05/2022

22620080A3

Martin County SO

SANDERS,JAMES,R

SHAVER

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:58

0.000Air Blank 09:59

0.079Control Test 09:59

0.000Air Blank 10:00

# 1 0.318Subject Sample 10:00

2.312Breath Volume 10:00

0.000Air Blank 10:01

0.000Air Blank 10:02

# 2 0.314Subject Sample 10:03

4.050Breath Volume 10:03

0.000Air Blank 10:04

0.076Control Test 10:04

0.000Air Blank 10:05

OKDiagnostics Check 10:05

Data Download Date/Time: 07/23/2021 00:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:27:4406/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:37

Martin County SO

GITLIN,CORY

10/05/2022

22620080A3

Martin County SO

BRADY,REBECCA,A

PETERSON

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:20

0.000Air Blank 15:21

0.079Control Test 15:21

0.000Air Blank 15:22

# 1 0.251Subject Sample 15:23

3.378Breath Volume 15:23

0.000Air Blank 15:23

0.000Air Blank 15:25

# 2 0.247Subject Sample 15:26

2.773Breath Volume 15:26

0.000Air Blank 15:26

0.078Control Test 15:27

0.000Air Blank 15:27

OKDiagnostics Check 15:27

Data Download Date/Time: 07/23/2021 00:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:3506/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:14

Martin County SO

PEARLMAN,RYAN

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

NIEMEYER

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.079Control Test 05:13

0.000Air Blank 05:13

# 1 0.157Subject Sample 05:14

1.332Breath Volume 05:14

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.165Subject Sample 05:18

2.082Breath Volume 05:18

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 07/23/2021 00:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:3306/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:23

15:54

Martin County SO

FLINT,ERIC

10/05/2022

22620080A3

FHP Troop L

BRADY,REBECCA,A

SNYDER

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:06

0.000Air Blank 17:07

0.079Control Test 17:07

0.000Air Blank 17:08

# 1 0.000Subject Sample 17:09

2.667Breath Volume 17:09

0.000Air Blank 17:09

0.000Air Blank 17:11

# 2 0.000Subject Sample 17:12

3.457Breath Volume 17:12

0.000Air Blank 17:12

0.079Control Test 17:12

0.000Air Blank 17:13

OKDiagnostics Check 17:13

Data Download Date/Time: 07/23/2021 00:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:1106/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:45

Martin County SO

GITLIN,CORY

10/05/2022

22620080A3

Martin County SO

BRADY,REBECCA,A

DOMINGO JACINTO

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:39

# 1 0.147Subject Sample 22:40

1.562Breath Volume 22:40

0.000Air Blank 22:41

0.000Air Blank 22:42

# 2 0.148Subject Sample 22:43

1.660Breath Volume 22:43

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 07/23/2021 00:41

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:41:3606/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:08

11:37

Martin County SO

PETERS,DARIN

10/05/2022

22620080A3

Martin County SO

BRENOVIL,GEDEON,

STEINBERG

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:34

0.000Air Blank 12:35

0.079Control Test 12:35

0.000Air Blank 12:36

# 1 0.234Subject Sample 12:37

1.242Breath Volume 12:37

0.000Air Blank 12:37

0.000Air Blank 12:39

# 2 0.237Subject Sample 12:40

1.277Breath Volume 12:40

0.000Air Blank 12:40

0.079Control Test 12:41

0.000Air Blank 12:41

OKDiagnostics Check 12:41

Data Download Date/Time: 07/23/2021 00:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:3306/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:58

Stuart PD

SPUGNARDI,TIMOTHY

10/05/2022

22620080A3

Stuart PD

DACEY,MICHAEL,J

FUGITT

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

# 1 0.169Subject Sample 01:36

2.480Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.170Subject Sample 01:39

2.421Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 07/23/2021 00:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:0006/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:37

Martin County SO

LEVENAR,TATIANA

10/05/2022

22620080A3

Martin County SO

DELGADO,JOSE,G

ANDRES MIGUEL

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

# 1 0.173Subject Sample 04:07

2.058Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.182Subject Sample 04:10

1.714Breath Volume 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:12

Data Download Date/Time: 07/23/2021 00:42

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:41:4406/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

07:31

Martin County SO

BRADY,REBECCA

10/05/2022

22620080A3

Martin County SO

BRADY,REBECCA,A

STAPLETON

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:35

0.000Air Blank 08:35

0.080Control Test 08:35

0.000Air Blank 08:36

# 1 0.000Subject Sample 08:37

1.378Breath Volume 08:37

0.000Air Blank 08:37

0.000Air Blank 08:39

# 2 0.000Subject Sample 08:40

1.316Breath Volume 08:40

0.000Air Blank 08:40

0.080Control Test 08:41

0.000Air Blank 08:41

OKDiagnostics Check 08:41

Data Download Date/Time: 07/23/2021 00:43

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0006/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:07

Martin County SO

HARRISON,JOSHUA

10/05/2022

22620080A3

FHP Troop L

DAY,ERICK,J

MURILLO

06/14/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.079Control Test 04:11

0.000Air Blank 04:11

# 1 0.000Subject Sample 04:11

2.578Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.000Subject Sample 04:14

2.222Breath Volume 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:16

Data Download Date/Time: 07/23/2021 00:44

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:4206/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:33

Cape Coral PD

COLWELL,CHASE

03/05/2023

02021080A1

Cape Coral PD

COLWELL,CHASE,

CRIMI

05/14/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.081Control Test 22:24

0.000Air Blank 22:24

# 1 0.000Subject Sample 22:25

3.628Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.000Subject Sample 22:28

2.320Breath Volume 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 06/03/2021 15:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4406/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:54

Cape Coral PD

LOETHEN,KEITH

03/05/2023

02021080A1

Cape Coral PD

ENGH,WILLIAM,C

ANDERSON

05/14/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

# 1 0.148Subject Sample 02:34

2.152Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.151Subject Sample 02:37

2.328Breath Volume 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 06/03/2021 15:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1206/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:53

Cape Coral PD

HARRISON,WILLIE

03/05/2023

02021080A1

Cape Coral PD

ENGH,WILLIAM,C

WILLIAMS

05/14/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.000Control Test 03:31 RFI Detect

0.000Air Blank 03:32

Data Download Date/Time: 06/03/2021 15:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:5106/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:53

Cape Coral PD

HARRISON,WILLIE

03/05/2023

02021080A1

Cape Coral PD

ENGH,WILLIAM,C

WILLIAMS

05/14/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:40

# 1 0.195Subject Sample 03:41

1.683Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.185Subject Sample 03:44

2.921Breath Volume 03:44

0.000Air Blank 03:44

0.079Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 06/03/2021 15:13

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:1806/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:17

Cape Coral PD

MARTINI,RYAN

03/05/2023

02021080A1

Cape Coral PD

MARTINI,RYAN,H

THOMAS

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:07

# 1 0.077Subject Sample 03:08

1.945Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.076Subject Sample 03:11

1.152Breath Volume 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:3706/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:00

Cape Coral PD

RIOS,DAVIS

03/05/2023

02021080A1

Cape Coral PD

RIOS,DAVIS,

SCIPPIO

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.080Control Test 04:45

0.000Air Blank 04:46

# 1 0.151Subject Sample 04:46

1.945Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.139Subject Sample 04:50

1.523Breath Volume 04:50

0.000Air Blank 04:50

0.079Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:22:2206/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:56

06:21

Cape Coral PD

GOULD,P

03/05/2023

02021080A1

Cape Coral PD

DUFFY,J,

ALVAREZ RODRIGUEZ

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:18

0.000Air Blank 07:18

0.080Control Test 07:18

0.000Air Blank 07:19

# 1Subject Sample 07:21 Subject Test Refused

0.000Breath Volume 07:21

0.000Air Blank 07:21

0.080Control Test 07:21

0.000Air Blank 07:22

OKDiagnostics Check 07:22

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:1806/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:30

Cape Coral PD

CONSIGLIATI,EMANUELE

03/05/2023

02021080A1

Cape Coral PD

MARTINI,RYAN,H

RODGERS

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.111Subject Sample 02:21

1.734Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.104Subject Sample 02:24

1.875Breath Volume 02:24

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2406/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:50

Cape Coral PD

LOWE,ALEXANDER

03/05/2023

02021080A1

Cape Coral PD

LOWE,ALEXANDER,A

LEMMERMAN

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:43

# 1 0.134Subject Sample 22:44

1.972Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.139Subject Sample 22:46

2.062Breath Volume 22:46

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1306/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:10

Cape Coral PD

SCHWIGK,GEORGE

03/05/2023

02021080A1

Cape Coral PD

FUGIEL,ADRIAN,M

LEE

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

# 1 0.124Subject Sample 01:55 Volume Not Met

0.156Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.104Subject Sample 02:00 Volume Not Met

0.687Breath Volume 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:3606/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:08

Cape Coral PD

DAPEDRA,JOSE

03/05/2023

02021080A1

Cape Coral PD

MYERS,JUSTIN,L

FANDIALAN

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1Subject Sample 04:12 No Sample Provided

0.000Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.248Subject Sample 04:18 Volume Not Met

0.234Breath Volume 04:18

0.000Air Blank 04:18

0.081Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:3206/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:43

Cape Coral PD

GREENUP,R

03/05/2023

02021080A1

Cape Coral PD

RODRIGUEZ,A,

SACCOMAN

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:57

# 1 0.195Subject Sample 03:01 Volume Not Met

0.398Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.187Subject Sample 03:04

1.656Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 3 0.179Subject Sample 03:09 Volume Not Met

0.113Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:34:2406/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:44

17:26

Cape Coral PD

OLIVER,RYAN

03/05/2023

02021080A1

Cape Coral PD

DOTSON,WILLIAM,J

LA DUKE

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:28

0.000Air Blank 18:28

0.080Control Test 18:29

0.000Air Blank 18:29

# 1 0.192Subject Sample 18:30

3.488Breath Volume 18:30

0.000Air Blank 18:30

0.000Air Blank 18:32

# 2 0.191Subject Sample 18:32

3.164Breath Volume 18:32

0.000Air Blank 18:33

0.079Control Test 18:33

0.000Air Blank 18:34

OKDiagnostics Check 18:34

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:1106/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:00

Cape Coral PD

CICCHINI,PAUL

03/05/2023

02021080A1

Cape Coral PD

FUGIEL,ADRIAN,M

PIERSON

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.078Control Test 23:31

0.000Air Blank 23:32

# 1 0.248Subject Sample 23:32

1.937Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.239Subject Sample 23:35

1.820Breath Volume 23:35

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:4006/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:30

Cape Coral PD

MADURO,VICTOR

03/05/2023

02021080A1

Cape Coral PD

MADURO,VICTOR,A

PELOKE

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.081Control Test 00:21

0.000Air Blank 00:21

# 1 0.150Subject Sample 00:22

1.894Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.158Subject Sample 00:26

1.816Breath Volume 00:26

0.000Air Blank 00:26

0.080Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:4106/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

04:05

Cape Coral PD

PRIETO PEREZ,CARLOS

03/05/2023

02021080A1

Cape Coral PD

CANNOVA,CASSANDRA,L

EFIRD

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.080Control Test 04:58

0.000Air Blank 04:58

# 1 0.148Subject Sample 04:59

2.003Breath Volume 04:59

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.140Subject Sample 05:02

1.144Breath Volume 05:02

0.000Air Blank 05:02

0.080Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:3106/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:51

Cape Coral PD

THOMAS,DANIEL

03/05/2023

02021080A1

Cape Coral PD

MARTINI,RYAN,H

BUSH

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:29

0.080Control Test 20:30

0.000Air Blank 20:30

# 1 0.000Subject Sample 20:31

2.539Breath Volume 20:31

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.000Subject Sample 20:34

2.667Breath Volume 20:34

0.000Air Blank 20:34

0.080Control Test 20:34

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0306/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:36

Cape Coral PD

SCHWIGK,GEORGE

03/05/2023

02021080A1

Cape Coral PD

CANNOVA,CASSANDRA,L

GOUGH

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:12

# 1 0.253Subject Sample 01:12

3.308Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.243Subject Sample 01:15

2.648Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:17

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:3706/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:20

Cape Coral PD

CANNOVA,CASSANDRA

03/05/2023

02021080A1

Cape Coral PD

CANNOVA,CASSANDRA,L

BLANCO

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

# 1 0.139Subject Sample 03:10

3.695Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.140Subject Sample 03:13

3.585Breath Volume 03:13

0.000Air Blank 03:13

0.079Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 07/22/2021 11:27

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:5406/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:46

Cape Coral PD

COLWELL,CHASE

03/05/2023

02021080A1

Cape Coral PD

COLWELL,CHASE,

COLLET

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.081Control Test 22:33

0.000Air Blank 22:33

# 1 0.155Subject Sample 22:36 Volume Not Met

0.722Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.127Subject Sample 22:42 Volume Not Met

0.113Breath Volume 22:42

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 07/22/2021 11:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:4006/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:36

Cape Coral PD

LOWE,ALEXANDER

03/05/2023

02021080A1

Cape Coral PD

LOWE,ALEXANDER,A

CRUZ MACY

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:27

# 1 0.136Subject Sample 23:29

1.519Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.143Subject Sample 23:33

1.171Breath Volume 23:33

0.000Air Blank 23:33

0.079Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 07/22/2021 11:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:2006/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:42

Cape Coral PD

CANNOVA,CASSANDRA

03/05/2023

02021080A1

Cape Coral PD

CANNOVA,CASSANDRA,L

SCRUGGS

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

# 1Subject Sample 01:08 No Sample Provided

0.000Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2Subject Sample 01:13 No Sample Provided

0.000Breath Volume 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 07/22/2021 11:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:4506/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

05:10

Cape Coral PD

MYERS,JUSTIN

03/05/2023

02021080A1

Cape Coral PD

RODRIGUEZ,ALFONSO,

FLORES FLORES

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.080Control Test 05:52

0.000Air Blank 05:52

# 1 0.216Subject Sample 05:53

2.738Breath Volume 05:53

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.212Subject Sample 05:56

1.703Breath Volume 05:56

0.000Air Blank 05:56

0.080Control Test 05:57

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 07/22/2021 11:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:34:1106/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:39

Cape Coral PD

JOHNSON,MATT

05/05/2023

08121080A2

Cape Coral PD

HANDLEY,ASHLEY,N

BOWLES

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:28

0.000Air Blank 15:28

0.080Control Test 15:28

0.000Air Blank 15:29

# 1 0.000Subject Sample 15:29

1.746Breath Volume 15:29

0.000Air Blank 15:30

0.000Air Blank 15:32

# 2 0.000Subject Sample 15:32

3.152Breath Volume 15:32

0.000Air Blank 15:33

0.080Control Test 15:33

0.000Air Blank 15:34

OKDiagnostics Check 15:34

Data Download Date/Time: 07/22/2021 11:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:5106/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:06

Cape Coral PD

MYERS,JUSTIN

05/05/2023

08121080A2

Cape Coral PD

MYERS,JUSTIN,L

LUTZ

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.080Control Test 22:48

0.000Air Blank 22:49

# 1 0.000Subject Sample 22:49

3.234Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.000Subject Sample 22:52

3.230Breath Volume 22:52

0.000Air Blank 22:52

0.081Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 07/22/2021 11:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0506/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

01:51

Cape Coral PD

COLWELL,CHASE

05/05/2023

08121080A2

Cape Coral PD

COLWELL,CHASE,

RUSSO

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:36

# 1 0.103Subject Sample 02:40 Volume Not Met

0.242Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.101Subject Sample 02:45 Volume Not Met

0.234Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 07/22/2021 11:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1006/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

01:51

Cape Coral PD

COLWELL,CHASE

05/05/2023

08121080A2

Cape Coral PD

COLWELL,CHASE,

RUSSO

06/03/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.079Control Test 02:52

0.000Air Blank 02:52

# 1 0.102Subject Sample 02:53

1.253Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.099Subject Sample 02:56

1.398Breath Volume 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 07/22/2021 11:28

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:1606/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:42

Sarasota County SO

ACKLEY,DEP

08/05/2021

17919080A2

Sarasota County SO

ACKLEY,DEP,M

MATHIS

05/27/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:53

0.079Control Test 21:54

0.000Air Blank 21:54

# 1 0.000Subject Sample 21:55

2.761Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.000Subject Sample 21:58

2.371Breath Volume 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 06/24/2021 14:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:3206/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:21

Sarasota County SO

NELSON,A

08/05/2021

17919080A2

Venice PD

ACKLEY,DEP,M

LAVELL

05/27/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.079Control Test 00:37

0.000Air Blank 00:38

# 1 0.142Subject Sample 00:39

4.058Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.140Subject Sample 00:42

4.171Breath Volume 00:42

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 06/24/2021 14:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:4606/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

22:21

Sarasota County SO

ACKLEY,DEP

08/05/2021

17919080A2

Sarasota County SO

ACKLEY,DEP,M

ROY

05/27/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.080Control Test 22:26

0.000Air Blank 22:26

# 1 0.095Subject Sample 22:27

1.437Breath Volume 22:27

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.093Subject Sample 22:30

1.671Breath Volume 22:30

0.000Air Blank 22:30

0.078Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 06/24/2021 14:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:1806/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

22:01

Sarasota County SO

ACKLEY,DEP

08/05/2021

17919080A2

Sarasota County SO

ACKLEY,DEP,M

BROLICK

05/27/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:14

# 1Subject Sample 22:17 Sequence Aborted

0.000Breath Volume 22:17

0.000Air Blank 22:18

Data Download Date/Time: 06/24/2021 14:16

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:1506/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:54

Sarasota County SO

MARTIN,DEP

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEP,T

HOLT

06/24/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:23

# 1 0.170Subject Sample 21:24

1.687Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.172Subject Sample 21:28

1.695Breath Volume 21:28

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 08/05/2021 10:05

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:2006/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:56

Sarasota County SO

BRENCKLE,DEP

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEP,T

CASSINO

06/24/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.079Control Test 23:11

0.000Air Blank 23:11

# 1 0.000Subject Sample 23:12

3.019Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.000Subject Sample 23:14

2.890Breath Volume 23:14

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 08/05/2021 10:05

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:40:4306/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

14:00

14:00

Calhoun County SO

SCHEETZ,JOHN

04/21/2024

1482048

Calhoun County SO

SCHEETZ,JOHN,W

KENYON

06/14/2021

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:34

0.000Air Blank 14:35

0.082Control Test 14:35

0.000Air Blank 14:36

# 1 0.000Subject Sample 14:36

1.812Breath Volume 14:36

0.000Air Blank 14:36

0.000Air Blank 14:38

# 2 0.000Subject Sample 14:39

2.195Breath Volume 14:39

0.000Air Blank 14:39

0.081Control Test 14:40

0.000Air Blank 14:40

OKDiagnostics Check 14:40

Data Download Date/Time: 07/07/2021 10:21

22 September 2021Printed:

COBRA ©1997-2014 CMI, Inc.


