
80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:5011/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:43

Volusia County SO

MALETTO,NICHOLAS

09/20/2022

1206004

Volusia County SO

MALETTO,NICHOLAS,R

CHRISTIAN

10/28/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:41

# 1 0.022Subject Sample 02:42

2.148Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.021Subject Sample 02:45

2.683Breath Volume 02:45

0.000Air Blank 02:45

0.078Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 12/01/2022 13:48

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:1811/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:11

Volusia County SO

MALETTO,NICHOLAS

09/20/2022

1206004

Volusia County SO

MALETT,NICHOLAS,R

MCMANUS

10/28/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.078Control Test 01:20

0.000Air Blank 01:21

# 1 0.000Subject Sample 01:22

1.789Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.000Subject Sample 01:24

1.871Breath Volume 01:24

0.000Air Blank 01:25

0.078Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 12/01/2022 13:48

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5911/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

21:59

Volusia County SO

KAPTEN,NALELL

09/20/2022

1206004

Volusia County SO

MALETTO,NICHOLAS,R

GARCIA-RODRIGUEZ

10/28/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.078Control Test 23:23

0.000Air Blank 23:24

# 1 0.121Subject Sample 23:24

2.593Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.118Subject Sample 23:27

3.398Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 12/01/2022 13:48

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1011/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:17

Volusia County SO

MALETTO,NICHOLAS

09/20/2022

1206004

Volusia County SO

MALETTO,NICHOLAS,R

THACKER

10/28/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.079Control Test 22:01

0.000Air Blank 22:01

# 1 0.000Subject Sample 22:01

1.410Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.000Subject Sample 22:04

2.242Breath Volume 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 12/01/2022 13:49

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:15:1711/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:44

06:12

Volusia County SO

GIBBONS,TIMOTHY

12/07/2024

402290677

Volusia County SO

JONES,CALEB,D

PALMER

10/28/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:09

0.000Air Blank 08:09

0.079Control Test 08:10

0.000Air Blank 08:10

# 1 0.000Subject Sample 08:11

2.000Breath Volume 08:11

0.000Air Blank 08:11

0.000Air Blank 08:13

# 2 0.000Subject Sample 08:13

1.972Breath Volume 08:13

0.000Air Blank 08:14

0.080Control Test 08:14

0.000Air Blank 08:15

OKDiagnostics Check 08:15

Data Download Date/Time: 12/01/2022 13:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:3811/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

05:35

St. John's County SO

BAKER,LOGAN

03/05/2023

02021080A1

St. John's County SO

HARRILL,JOSHUA,D

JOHNSON

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:40

0.000Air Blank 06:41

0.080Control Test 06:41

0.000Air Blank 06:41

# 1 0.059Subject Sample 06:42

1.230Breath Volume 06:42

0.000Air Blank 06:42

0.000Air Blank 06:44

# 2 0.055Subject Sample 06:46

1.703Breath Volume 06:46

0.000Air Blank 06:46

0.081Control Test 06:47

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 11/28/2022 15:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:00:0511/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:54

St. Augustine PD

MANGOLD,KENNETH

03/05/2023

02021080A1

St. John's County SO

AYERS,SPENCER,O

MEYER

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:52

0.079Control Test 05:52

0.000Air Blank 05:53

# 1 0.019Subject Sample 05:54

1.300Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.018Subject Sample 05:58

2.125Breath Volume 05:58

0.000Air Blank 05:59

0.080Control Test 05:59

0.000Air Blank 05:59

OKDiagnostics Check 06:00

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:37:5011/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:11

11:19

St. Augustine PD

ALVES,M

03/05/2023

02021080A1

St. John's County SO

BROWN,J,R

MCLAUGHLIN

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:31

0.000Air Blank 12:32

0.080Control Test 12:32

0.000Air Blank 12:32

# 1 0.298Subject Sample 12:33

3.121Breath Volume 12:33

0.000Air Blank 12:33

0.000Air Blank 12:35

# 2 0.315Subject Sample 12:36

3.199Breath Volume 12:36

0.000Air Blank 12:36

0.080Control Test 12:37

0.000Air Blank 12:37

OKDiagnostics Check 12:37

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:5611/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

16:41

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

NEWMAN

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:25

0.000Air Blank 17:25

0.080Control Test 17:25

0.000Air Blank 17:26

# 1Subject Sample 17:28 Subject Test Refused

0.000Breath Volume 17:28

0.000Air Blank 17:29

0.080Control Test 17:29

0.000Air Blank 17:29

OKDiagnostics Check 17:29

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:2811/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:51

St. John's County SO

JAROUSSE,DANIELLE

03/05/2023

02021080A1

St. John's County SO

JAROUSSE,DANIELLE,

RITTER

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.080Control Test 20:59

0.000Air Blank 20:59

# 1 0.021Subject Sample 21:00

2.738Breath Volume 21:00

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.023Subject Sample 21:03

3.378Breath Volume 21:03

0.000Air Blank 21:04

0.081Control Test 21:04

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:1511/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:01

06:41

St. John's County SO

ROBERSON,J

03/05/2023

02021080A1

St. John's County SO

PARKER,DARBY,J

VOYLES

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:29

0.000Air Blank 08:29

0.077Control Test 08:30

0.000Air Blank 08:30

# 1Subject Sample 08:30 Subject Test Refused

0.000Breath Volume 08:30

0.000Air Blank 08:31

0.080Control Test 08:31

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:4811/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:22

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

DIGHTON

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:51

0.000Air Blank 03:51

# 1 0.158Subject Sample 03:52

1.765Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.151Subject Sample 03:55

1.734Breath Volume 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:2611/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:23

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

KOSIEK

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

# 1 0.072Subject Sample 04:18

3.160Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.073Subject Sample 04:20

2.414Breath Volume 04:20

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:4711/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

20:17

St. John's County SO

ALVES,M

03/05/2023

02021080A1

St. John's County SO

MANGOLD,K,R

DOMINGO

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.080Control Test 20:56

0.000Air Blank 20:57

# 1 0.160Subject Sample 20:58

4.320Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.161Subject Sample 21:01

2.632Breath Volume 21:01

0.000Air Blank 21:01

0.079Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2811/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:16

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

FINDLE

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

# 1 0.122Subject Sample 03:14

1.507Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.127Subject Sample 03:16

2.441Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:3511/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:14

St. Augustine PD

CORREA,JONATHAN

03/05/2023

02021080A1

St. Augustine PD

CORREA,JONATHAN,E

HENRY

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.080Control Test 22:02

0.000Air Blank 22:02

# 1 0.000Subject Sample 22:03

1.929Breath Volume 22:03

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.000Subject Sample 22:06

1.585Breath Volume 22:06

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:1111/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:21

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

TYMOWCZAK

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:09

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:10

# 1 0.053Subject Sample 22:13

1.300Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.048Subject Sample 22:16

1.449Breath Volume 22:16

0.000Air Blank 22:17

0.079Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:3011/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:32

St. Augustine PD

CASH,J

03/05/2023

02021080A1

St. John's County SO

BAHNSEN,ANDREW,R

DENDLER

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

# 1Subject Sample 01:25 No Sample Provided

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2Subject Sample 01:28 Subject Test Refused

0.000Breath Volume 01:28

0.000Air Blank 01:28

0.081Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:5811/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:28

St. Augustine PD

CORREA,JONATHAN

03/05/2023

02021080A1

St. Augustine PD

CORREA,JONATHAN,E

CASTELLANOS OLIVO

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.081Control Test 20:23

0.000Air Blank 20:24

# 1 0.035Subject Sample 20:25

1.875Breath Volume 20:25

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.036Subject Sample 20:28

2.851Breath Volume 20:28

0.000Air Blank 20:29

0.082Control Test 20:29

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:5411/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:49

St. Augustine PD

CORREA,JONATHAN

03/05/2023

02021080A1

St. Augustine PD

CORREA,JONATHAN,E

PARSONS

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.082Control Test 22:13

0.000Air Blank 22:13

# 1 0.245Subject Sample 22:14

2.285Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:16

# 2 0.249Subject Sample 22:17

1.878Breath Volume 22:17

0.000Air Blank 22:17

0.079Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:4811/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:59

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

ANDINO

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:57

0.000Air Blank 00:57

# 1 0.128Subject Sample 01:00 Volume Not Met

0.523Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2Subject Sample 01:05 Subject Test Refused

0.785Breath Volume 01:05

0.000Air Blank 01:05

0.082Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5211/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:38

St. John's County SO

MCCANDLESS,MATTHEW

03/05/2023

02021080A1

St. John's County SO

MCCANDLESS,MATTHEW,B

DUNN

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.081Control Test 04:28

0.000Air Blank 04:28

# 1 0.100Subject Sample 04:29

1.914Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:31

# 2 0.100Subject Sample 04:32

2.125Breath Volume 04:32

0.000Air Blank 04:32

0.081Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:10:2911/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:43

06:09

St. Augustine PD

PARKER,T

03/05/2023

02021080A1

St. John's County SO

BROWN,J,R

JOHNSON

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:03

0.000Air Blank 07:04

0.080Control Test 07:04

0.000Air Blank 07:04

# 1 0.093Subject Sample 07:06

1.644Breath Volume 07:06

0.000Air Blank 07:06

0.000Air Blank 07:08

# 2 0.095Subject Sample 07:08

1.246Breath Volume 07:08

0.000Air Blank 07:09

0.080Control Test 07:09

0.000Air Blank 07:10

OKDiagnostics Check 07:10

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:3411/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

17:47

St. John's County SO

BURKE,LYLE

03/05/2023

02021080A1

St. John's County SO

BURKE,LYLE,J

TRUBER

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.080Control Test 20:51

0.000Air Blank 20:51

# 1 0.185Subject Sample 20:52

1.265Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:54

# 2 0.175Subject Sample 20:55

1.546Breath Volume 20:55

0.000Air Blank 20:56

0.077Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:40:5111/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:12

08:07

FHP Troop G

DA SILVA,ANDRE

03/05/2023

02021080A1

FHP Troop G

DA SILVA,ANDRE,F

MEYER

10/10/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:32

0.000Air Blank 09:33

0.081Control Test 09:33

0.000Air Blank 09:34

# 1 0.016Subject Sample 09:35

2.023Breath Volume 09:35

0.000Air Blank 09:36

0.000Air Blank 09:38

# 2 0.014Subject Sample 09:39

1.546Breath Volume 09:39

0.000Air Blank 09:39

0.082Control Test 09:40

0.000Air Blank 09:40

OKDiagnostics Check 09:40

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:5711/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:05

St. John's County SO

NOBORE,O

03/05/2023

02021080A1

FHP Troop G

HOWARD,J,G

THEROUX

11/26/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.080Control Test 22:32

0.000Air Blank 22:32

# 1 0.022Subject Sample 22:33

3.847Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:35

# 2 0.022Subject Sample 22:36

3.753Breath Volume 22:36

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:1511/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:59

St. John's County SO

HOWARD,J

03/05/2023

02021080A1

St. John's County SO

HOWARD,J,G

ALLEN

11/26/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:11

# 1 0.130Subject Sample 00:11

3.242Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.134Subject Sample 00:14

4.242Breath Volume 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 11/28/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:0411/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:35

Daytona Beach PD

HOWELL,J.A.

03/17/2024

1475154

Daytona Beach PD

FORREST,R,A

BARKDOLL

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

# 1 0.209Subject Sample 04:20 Volume Not Met

0.984Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.218Subject Sample 04:23

1.300Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 3 0.217Subject Sample 04:27

1.363Breath Volume 04:27

0.000Air Blank 04:28

0.078Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:29

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0511/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:05

Daytona Beach PD

FLETCHER,A

03/17/2024

1475154

Daytona Beach PD

FORREST,R,A

CORREA LOPEZ

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:51

# 1 0.178Subject Sample 04:53

2.171Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:55

# 2 0.200Subject Sample 04:57

2.085Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 3 0.178Subject Sample 05:00

1.812Breath Volume 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:3311/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:13

Daytona Beach PD

DAMON,RUSSELL

03/17/2024

1475154

Daytona Beach PD

FORREST,RYAN,A

BROWN

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1 0.249Subject Sample 02:13

2.976Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.245Subject Sample 02:16

2.507Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:3411/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:35

Daytona Beach PD

MEZINORD,VILINOR

03/17/2024

1475154

Daytona Beach PD

MARTIN,STERLING,R

MONTOYA

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:17

# 1 0.202Subject Sample 00:18

1.558Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.194Subject Sample 00:21

2.500Breath Volume 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:4111/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

20:16

Daytona Beach PD

PRICE,MICHAEL

03/17/2024

1475154

Daytona Beach PD

QUELIZ,CARLOS,A

WHARTON

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1 0.182Subject Sample 22:33

1.390Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.171Subject Sample 22:37

1.902Breath Volume 22:37

0.000Air Blank 22:37

0.081Control Test 22:38

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5111/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:21

Daytona Beach PD

QUELIZ,CARLOS

03/17/2024

1475154

Daytona Beach PD

QUELIZ,CARLOS,A

GARNETT

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.269Subject Sample 02:04

2.835Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.272Subject Sample 02:07

2.007Breath Volume 02:07

0.000Air Blank 02:07

0.079Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:1511/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

05:47

Daytona Beach PD

MCGROR,ZACH

03/17/2024

1475154

Daytona Beach PD

MCGRORY,ZACH,

COVEY

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:44

0.000Air Blank 06:44

0.080Control Test 06:45

0.000Air Blank 06:45

# 1Subject Sample 06:45 Subject Test Refused

0.000Breath Volume 06:45

0.000Air Blank 06:46

0.079Control Test 06:46

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:2011/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

19:02

Daytona Beach PD

CONLEY,SHAWNA

03/17/2024

1475154

Daytona Beach PD

CONLEY,SHAWNA,A

TORTORICE

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.080Control Test 20:27

0.000Air Blank 20:28

# 1 0.000Subject Sample 20:28

3.593Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.000Subject Sample 20:31

3.691Breath Volume 20:31

0.000Air Blank 20:32

0.080Control Test 20:32

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:0811/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:38

Daytona Beach PD

QUELIZ,CARLOS

03/17/2024

1475154

Daytona Beach PD

QUELIZ,CARLOS,A

BOOTH

10/30/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

# 1 0.173Subject Sample 20:53

2.515Breath Volume 20:53

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.179Subject Sample 20:56

2.144Breath Volume 20:56

0.000Air Blank 20:57

0.081Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 11/28/2022 19:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:2311/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:40

Daytona Beach PD

GROSSE,WILLIAM

03/17/2024

1475154

Daytona Beach PD

GRABILL,JAMES,H

PORTER-AUSTIN

11/28/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.080Control Test 23:04

0.000Air Blank 23:04

# 1 0.214Subject Sample 23:05

3.265Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.236Subject Sample 23:08

2.761Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 3 0.217Subject Sample 23:11

2.820Breath Volume 23:11

0.000Air Blank 23:12

0.079Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 12/26/2022 13:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:1811/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:55

Deland PD

JOHNSON,C

01/06/2024

1433248

Volusia County SO

WALTER,CRAIG,K

NIVAR

10/31/2022

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.081Control Test 05:03

0.000Air Blank 05:03

# 1 0.081Subject Sample 05:05

1.714Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.081Subject Sample 05:08

1.628Breath Volume 05:08

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 12/07/2022 03:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:4311/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:37

Deland PD

MAGEE,LAWSON

01/06/2024

1433248

Deland PD

WATTS,SHANNON,N

HERNANDEZ CANO

10/31/2022

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:11

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:11

0.081Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 12/07/2022 03:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4511/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:32

Flagler County SO

PRATHER,J

04/05/2024

06022080A3

Flagler County SO

PRIEMER,AMANDA,M

JIMENEZ

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:49

# 1 0.201Subject Sample 04:50

2.660Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:52

# 2 0.206Subject Sample 04:53

2.617Breath Volume 04:53

0.000Air Blank 04:53

0.079Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:2411/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:15

Flagler County SO

OLIVA,J

04/05/2024

06022080A3

Flagler County SO

PRIEMER,AMANDA,M

VAIL

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.079Control Test 05:47

0.000Air Blank 05:47

# 1 0.183Subject Sample 05:48

1.507Breath Volume 05:48

0.000Air Blank 05:48

0.000Air Blank 05:50

# 2 0.177Subject Sample 05:50

1.828Breath Volume 05:50

0.000Air Blank 05:51

0.079Control Test 05:51

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:1411/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:22

FHP Troop G

CAPELA,JORDAN

04/05/2024

06022080A3

FHP Troop G

CAPELA,JORDAN,A

MENDEZ DOMINGO

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.081Control Test 02:27

0.000Air Blank 02:27

# 1 0.187Subject Sample 02:29

3.152Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.182Subject Sample 02:32

2.195Breath Volume 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:2311/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:42

Flagler County SO

MOORHEAD,JAKE

04/05/2024

06022080A3

Flagler County SO

CARTER,BRYAN,M

PALMIERI

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.080Control Test 22:49

0.000Air Blank 22:49

# 1 0.156Subject Sample 22:52 Volume Not Met

0.117Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.160Subject Sample 22:57

1.691Breath Volume 22:57

0.000Air Blank 22:57

0.000Air Blank 22:59

# 3 0.158Subject Sample 23:00

1.332Breath Volume 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:4811/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:28

Flagler County SO

HARRISON,CHRISTIAN

04/05/2024

06022080A3

Flagler County SO

KOTOWSKI,PHILIP,P

BENEDICK

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:10

0.000Air Blank 17:10

0.080Control Test 17:11

0.000Air Blank 17:11

# 1 0.000Subject Sample 17:12

1.531Breath Volume 17:12

0.000Air Blank 17:12

0.000Air Blank 17:14

# 2 0.000Subject Sample 17:16

1.121Breath Volume 17:16

0.000Air Blank 17:16

0.081Control Test 17:17

0.000Air Blank 17:17

OKDiagnostics Check 17:17

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:4711/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:28

Flagler County SO

NGUYEN,C

04/05/2024

06022080A3

Flagler County SO

PRIEMER,AMANDA,M

LYNCH

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.080Control Test 19:21

0.000Air Blank 19:22

# 1Subject Sample 19:22 Subject Test Refused

0.000Breath Volume 19:22

0.000Air Blank 19:22

0.080Control Test 19:23

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:1611/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:52

FHP Troop G

CAPELA,JORDAN

04/05/2024

06022080A3

FHP Troop G

CAPELA,JORDAN,A

KINGERY

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.081Control Test 20:34

0.000Air Blank 20:34

# 1Subject Sample 20:34 Subject Test Refused

0.000Breath Volume 20:34

0.000Air Blank 20:35

0.081Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0811/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:19

FHP Troop G

CAPELA,JORDAN

04/05/2024

06022080A3

FHP Troop G

CAPELA,JORDAN,A

DAY

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.202Subject Sample 03:20

2.402Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.189Subject Sample 03:23

1.574Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:1411/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:30

Flagler County SO

NGUYEN,C

04/05/2024

06022080A3

Flagler County SO

PRIEMER,AMANDA,M

KAST

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

# 1 0.363Subject Sample 20:34

2.714Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.365Subject Sample 20:37

2.648Breath Volume 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4111/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:03

Flagler County SO

JENKINS,L

04/05/2024

06022080A3

Flagler County SO

PRIEMER,AMANDA,M

MACHIN

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.082Control Test 04:06

0.000Air Blank 04:07

# 1 0.223Subject Sample 04:08

1.882Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.212Subject Sample 04:12

1.199Breath Volume 04:12

0.000Air Blank 04:12

0.080Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:0711/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:43

FHP Troop G

HARPER,DARIN

04/05/2024

06022080A3

FHP Troop G

HARPER,DARIN,W

CROW

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.082Control Test 01:07

0.000Air Blank 01:07

# 1 0.264Subject Sample 01:09

2.234Breath Volume 01:09

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.270Subject Sample 01:12

2.578Breath Volume 01:12

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:2111/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:35

Flagler County SO

JOHNSON,DAVID

04/05/2024

06022080A3

Flagler County SO

CARTER,BRYAN,M

HAHN

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.081Control Test 22:51

0.000Air Blank 22:52

# 1 0.198Subject Sample 22:53

1.582Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.193Subject Sample 22:56

2.089Breath Volume 22:56

0.000Air Blank 22:57

0.082Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:4611/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:32

Flagler County SO

MARSAN,NECOLE

04/05/2024

06022080A3

Flagler County SO

NICOLAS,MITA,

BENNETT

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

# 1 0.291Subject Sample 04:16

2.429Breath Volume 04:16

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.296Subject Sample 04:19

2.878Breath Volume 04:19

0.000Air Blank 04:19

0.080Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:0311/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:53

Flagler County SO

NGUYEN,C

04/05/2024

06022080A3

Flagler County SO

PRIEMER,AMANDA,M

BEASLEY JR

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:09

0.000Air Blank 18:10

0.081Control Test 18:10

0.000Air Blank 18:11

# 1 0.272Subject Sample 18:11

1.320Breath Volume 18:11

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.271Subject Sample 18:15

1.242Breath Volume 18:15

0.000Air Blank 18:16

0.081Control Test 18:16

0.000Air Blank 18:16

OKDiagnostics Check 18:17

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:2711/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

18:55

Flagler County SO

MAGNUSON,TROY

04/05/2024

06022080A3

Flagler County SO

KOTOWSKI,PHILIP,P

STAUFFACHER

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:19

0.000Air Blank 20:19

0.080Control Test 20:19

0.000Air Blank 20:20

# 1 0.187Subject Sample 20:23

1.179Breath Volume 20:23

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.203Subject Sample 20:26

1.968Breath Volume 20:26

0.000Air Blank 20:27

0.079Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:0511/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:20

FHP Troop G

HARPER,DARIN

04/05/2024

06022080A3

FHP Troop G

HARPER,DARIN,W

HARPER

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

# 1 0.155Subject Sample 22:29 Volume Not Met

0.015Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.192Subject Sample 22:35 Volume Not Met

0.402Breath Volume 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5011/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:21

FHP Troop G

CAPELA,JORDAN

04/05/2024

06022080A3

FHP Troop G

CAPELA,JORDAN,A

CHEWNING

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.104Subject Sample 03:34

2.546Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.101Subject Sample 03:37

2.562Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:5811/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:31

Flagler County SO

GREEN,S

04/05/2024

06022080A3

Flagler County SO

ANDERSON,CALEB,M

NELSON

10/25/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.081Control Test 05:46

0.000Air Blank 05:47

# 1 0.000Subject Sample 05:48

1.121Breath Volume 05:48

0.000Air Blank 05:48

0.000Air Blank 05:51

# 2 0.000Subject Sample 05:52

1.488Breath Volume 05:52

0.000Air Blank 05:53

0.080Control Test 05:53

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 11/28/2022 12:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:1811/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:17

Flagler County SO

KOTOWSKI,PHILIP

04/05/2024

06022080A3

Flagler County SO

KOTOWSKI,PHILIP,P

COMSTOCK

11/28/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:05

# 1 0.205Subject Sample 00:05

1.363Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.190Subject Sample 00:11 Slope Not Level

1.312Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:13

# 3 0.207Subject Sample 00:15

1.238Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 01/05/2023 09:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:2811/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:35

Flagler County SO

HARRISON,CHRISTIAN

04/05/2024

06022080A3

Flagler County SO

KOTOWSKI,PHILIP,P

FISHEL

11/28/2022

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:21

0.000Air Blank 01:21

# 1Subject Sample 01:22 Subject Test Refused

0.000Breath Volume 01:22

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 01/05/2023 09:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5411/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:53

BROWARD COUNTY SO

POPICK,SCOTT

01/05/2023

31420080A2

BROWARD COUNTY SO

POPICK,SCOTT,L

DANRAJ

11/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:16

# 1 0.176Subject Sample 03:17

1.429Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.189Subject Sample 03:20

1.121Breath Volume 03:20

0.000Air Blank 03:20

0.079Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 12/14/2022 13:14

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:0311/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:17

BROWARD COUNTY SO

POPICK,SCOTT

01/05/2023

31420080A2

BROWARD COUNTY SO

POPICK,SCOTT,L

MORENA

11/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:48

# 1 0.088Subject Sample 21:49

2.296Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:51

# 2 0.087Subject Sample 21:52

2.171Breath Volume 21:52

0.000Air Blank 21:53

0.079Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:54

Data Download Date/Time: 12/14/2022 13:14

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:5011/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:47

BROWARD COUNTY SO

POPICK,SCOTT

01/05/2023

31420080A2

BROWARD COUNTY SO

POPICK,SCOTT,L

ESTEVEZ

11/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

# 1 0.172Subject Sample 04:13

2.199Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.161Subject Sample 04:16

1.343Breath Volume 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 12/14/2022 13:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:2311/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:08

BROWARD COUNTY SO

ODOR,ROBERT

01/05/2023

31420080A2

BROWARD COUNTY SO

POPICK,SCOTT,L

AGUIAR

11/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1 0.129Subject Sample 02:36 Volume Not Met

0.136Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.123Subject Sample 02:41 Volume Not Met

0.167Breath Volume 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 12/14/2022 13:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3111/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:41

BROWARD COUNTY SO

POPICK,SCOTT

01/05/2023

31420080A2

BROWARD COUNTY SO

POPICK,SCOTT,L

POWELL

11/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.079Control Test 00:25

0.000Air Blank 00:25

# 1 0.049Subject Sample 00:26

1.804Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.045Subject Sample 00:31

1.242Breath Volume 00:31

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 12/14/2022 13:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:1911/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:36

BROWARD COUNTY SO

POPICK,SCOTT

01/05/2023

31420080A2

BROWARD COUNTY SO

POPICK,SCOTT,L

RUIZ PONCE

11/02/2022

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.078Control Test 05:04

0.000Air Blank 05:05

# 1 0.201Subject Sample 05:05

2.578Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.214Subject Sample 05:08

2.363Breath Volume 05:08

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 12/14/2022 13:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:0111/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:10

OTHER Local

KAPTEN,NALELL

04/05/2024

06022080A2

Volusia County SO

RUSHWORTH,JOSEPH,D

LUMBRA

10/31/2022

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.080Control Test 04:52

0.000Air Blank 04:52

# 1 0.135Subject Sample 04:53

2.144Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:55

# 2 0.130Subject Sample 04:56

2.023Breath Volume 04:56

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:58

Data Download Date/Time: 12/01/2022 09:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:2211/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:46

OTHER Local

BRULE,JASON

04/05/2024

06022080A2

FHP Troop D

GRAY,TREVOR,W

TURCOTTE

10/31/2022

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

# 1 0.150Subject Sample 04:31

2.292Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.149Subject Sample 04:34

1.503Breath Volume 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

Air Blank 04:35 RFI Detect

0.000Air Blank 04:36

Data Download Date/Time: 12/01/2022 09:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:1911/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:38

OTHER Local

KAPTEN,NALELL

04/05/2024

06022080A2

Volusia County SO

RUSHWORTH,JOSEPH,D

TROJAN

10/31/2022

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:39

0.000Air Blank 05:39

0.079Control Test 05:39

0.000Air Blank 05:40

# 1 0.150Subject Sample 05:40

2.351Breath Volume 05:40

0.000Air Blank 05:41

0.000Air Blank 05:43

# 2 0.148Subject Sample 05:43

2.074Breath Volume 05:43

0.000Air Blank 05:44

0.080Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 12/01/2022 09:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3811/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:34

OTHER Local

EVELER,JONATHAN

04/05/2024

06022080A2

Volusia County SO

GRAY,TREVOR,W

BARRIENTOS

10/31/2022

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.080Control Test 01:44

0.000Air Blank 01:44

# 1 0.215Subject Sample 01:45

1.710Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.208Subject Sample 01:48

2.554Breath Volume 01:48

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/01/2022 09:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:5811/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

01:40

St. Petersburg PD

THOMAS,KRISTEN

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

STAHLE

10/25/2022

8100.27

ST. PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:24

# 1 0.272Subject Sample 01:25

1.699Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:27

# 2 0.276Subject Sample 01:28

2.437Breath Volume 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 11/21/2022 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3411/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:54

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

MARLER

10/25/2022

8100.27

ST. PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 11/21/2022 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2411/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:57

St. Petersburg PD

THOMAS,KRISTEN

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

GRIGNON

10/25/2022

8100.27

ST. PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

# 1 0.134Subject Sample 00:43

3.078Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.118Subject Sample 00:46

1.242Breath Volume 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 11/21/2022 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:0611/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:52

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

MARTINEAU,ARIC,J

ADAMS-BISHOP

10/25/2022

8100.27

ST. PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:36

# 1 0.204Subject Sample 02:38

1.390Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.185Subject Sample 02:42

1.230Breath Volume 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 11/21/2022 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:1211/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:34

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

WILLIAMS

11/21/2022

8100.27

ST. PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:09

# 1Subject Sample 01:13 No Sample Provided

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.100Subject Sample 01:18 Slope Not Level

2.171Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 12/21/2022 13:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2911/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:34

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

WILLIAMS

11/21/2022

8100.27

ST. PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:23

0.000Air Blank 01:23

# 1 0.096Subject Sample 01:24

1.511Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.091Subject Sample 01:26

1.351Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 12/21/2022 13:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:39:0411/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:08

16:05

FFWCC (Ocala)

STOKER,RONALD

01/05/2024

33321080A2

FFWCC (Ocala)

GRUNDEN,NICHOLAS,B

GRUNDEN

10/14/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:33

0.080Control Test 17:33

0.000Air Blank 17:33

# 1 0.125Subject Sample 17:34

1.500Breath Volume 17:34

0.000Air Blank 17:35

0.000Air Blank 17:36

# 2 0.130Subject Sample 17:37

2.351Breath Volume 17:37

0.000Air Blank 17:38

0.080Control Test 17:38

0.000Air Blank 17:38

OKDiagnostics Check 17:39

Data Download Date/Time: 11/19/2022 08:33

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:2611/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:08

Tallahassee PD

ROTEM,ASAF

01/05/2024

33321080A4

Tallahassee PD

BUSH,T,C

BABRERA-JUAREZ

10/10/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.254Subject Sample 01:24

3.351Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.255Subject Sample 01:27

2.781Breath Volume 01:27

0.000Air Blank 01:28

0.078Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 11/08/2022 11:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0911/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:59

Tallahassee PD

FISCHER,ANDREW

01/05/2024

33321080A4

Tallahassee PD

FISCHER,ANDREW,

CURTIS

10/10/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

# 1 0.174Subject Sample 02:42

1.679Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.186Subject Sample 02:45

1.296Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 11/08/2022 11:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:30:4811/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

05:38

FL State University

KISTNER,CRAIG

01/05/2024

33321080A4

FL State University

KISTNER,CRAIG,K

RHOADS

11/08/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:24

0.000Air Blank 06:25

0.079Control Test 06:25

0.000Air Blank 06:25

# 1 0.206Subject Sample 06:26

2.390Breath Volume 06:26

0.000Air Blank 06:26

0.000Air Blank 06:28

# 2 0.203Subject Sample 06:29

3.167Breath Volume 06:29

0.000Air Blank 06:29

0.079Control Test 06:30

0.000Air Blank 06:30

OKDiagnostics Check 06:30

Data Download Date/Time: 12/27/2022 09:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:4311/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:49

FL State University

CLARK,AARON

01/05/2024

33321080A4

FL State University

TACZAK,DAVID,M

TAYLOR

11/08/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.081Control Test 02:48

0.000Air Blank 02:48

# 1 0.000Subject Sample 02:49

2.664Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.000Subject Sample 02:53

3.089Breath Volume 02:53

0.000Air Blank 02:53

0.081Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 12/27/2022 09:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001154CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:1511/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:59

19:11

Volusia County SO

LOWERY,JOHN

04/14/2025

402419647

Volusia County SO

NAYLOR,MESHELLE,B

CORRIGAN

10/28/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:21

0.081Control Test 20:22

0.000Air Blank 20:22

# 1 0.163Subject Sample 20:23

3.183Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:25

# 2 0.166Subject Sample 20:26

2.843Breath Volume 20:26

0.000Air Blank 20:27

0.079Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 11/30/2022 19:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:3611/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:40

BREVARD COUNTY SO

IRIZARRY,HEIDEN

11/05/2023

24620080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

SHIELDS

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

# 1 0.200Subject Sample 03:01 Volume Not Met

0.156Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.209Subject Sample 03:06 Volume Not Met

0.062Breath Volume 03:06

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 11/28/2022 11:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2311/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:47

BREVARD COUNTY SO

CENTENO,JOSE

11/05/2022

24620080A2

BREVARD COUNTY SO

ANTERIO,CHRISTOPHER,J

SMITH

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.082Control Test 01:22

0.000Air Blank 01:23

# 1 0.136Subject Sample 01:23

3.062Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.116Subject Sample 01:26

1.359Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 11/28/2022 11:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:03:2111/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:27

06:38

BREVARD COUNTY SO

FABER,JARED

11/05/2022

24620080A2

BREVARD COUNTY SO

WAGNER,ROBERT,F

PASTOR

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:57

0.000Air Blank 07:57

0.080Control Test 07:58

0.000Air Blank 07:58

# 1 0.000Subject Sample 07:59

2.316Breath Volume 07:59

0.000Air Blank 07:59

0.000Air Blank 08:01

# 2 0.000Subject Sample 08:01

2.507Breath Volume 08:01

0.000Air Blank 08:02

0.081Control Test 08:02

0.000Air Blank 08:03

OKDiagnostics Check 08:03

Data Download Date/Time: 11/28/2022 11:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:3111/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:29

COCOA BEACH PD

STANLEY,WILLIAM

11/05/2023

24620080A2

COCOA BEACH PD

ANDERSON,KYLE,M

ANDERSON

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:47

0.000Air Blank 18:48

0.082Control Test 18:48

0.000Air Blank 18:49

# 1 0.000Subject Sample 18:50

1.308Breath Volume 18:50

0.000Air Blank 18:51

0.000Air Blank 18:53

# 2 0.000Subject Sample 18:54

1.890Breath Volume 18:54

0.000Air Blank 18:54

0.081Control Test 18:54

0.000Air Blank 18:55

OKDiagnostics Check 18:55

Data Download Date/Time: 11/28/2022 11:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:4511/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

01:05

BREVARD COUNTY SO

MOORE,JESSE

11/05/2023

24620080A2

BREVARD COUNTY SO

LANG,MATTHEW,J

MORIN

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:57

# 1 0.127Subject Sample 01:58

2.035Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.129Subject Sample 02:01

1.515Breath Volume 02:01

0.000Air Blank 02:01

0.080Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 11/28/2022 11:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:4111/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

20:15

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

SMITH

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.082Control Test 21:08

0.000Air Blank 21:09

# 1 0.000Subject Sample 21:09

3.347Breath Volume 21:09

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.000Subject Sample 21:12

1.726Breath Volume 21:12

0.000Air Blank 21:12

0.080Control Test 21:13

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 11/28/2022 11:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:4811/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:14

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER',THOMAS,J

ROBERTS

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.082Control Test 02:00

0.000Air Blank 02:01

# 1 0.217Subject Sample 02:02

2.085Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.215Subject Sample 02:05

3.351Breath Volume 02:05

0.000Air Blank 02:05

0.082Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 11/28/2022 11:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3311/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:39

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

CARVAJAL

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.082Control Test 03:35

0.000Air Blank 03:35

# 1 0.167Subject Sample 03:36

1.468Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.169Subject Sample 03:41

1.812Breath Volume 03:41

0.000Air Blank 03:42

0.083Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 11/28/2022 11:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5811/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

03:07

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

GOEN

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.083Control Test 04:10

0.000Air Blank 04:11

# 1 0.000Subject Sample 04:11

3.554Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.000Subject Sample 04:14

3.003Breath Volume 04:14

0.000Air Blank 04:15

0.082Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 11/28/2022 11:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:0511/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:02

19:02

BREVARD COUNTY SO

MOORE,J

11/05/2023

24620080A2

BREVARD COUNTY SO

PATTERSON,TYLER,J

HARRISON

10/11/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.081Control Test 19:46

0.000Air Blank 19:47

# 1Subject Sample 19:50 No Sample Provided

0.113Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:52

# 2 0.145Subject Sample 19:54

1.578Breath Volume 19:54

0.000Air Blank 19:55

0.000Air Blank 19:56

# 3 0.147Subject Sample 19:58

1.707Breath Volume 19:58

0.000Air Blank 19:59

0.079Control Test 19:59

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 11/28/2022 11:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:4711/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:34

Clermont PD

KRUSE,KRISTOPHER

02/05/2024

02422080A1

Clermont PD

KRUSE,KRISTOPHER,D

THOMAS

11/14/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:00

# 1Subject Sample 01:04 No Sample Provided

0.000Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.000Subject Sample 01:07

3.359Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 3 0.000Subject Sample 01:10

3.265Breath Volume 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 12/14/2022 10:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1911/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:45

Clermont PD

PARISH,CLINT

02/05/2024

02422080A1

Lake County SO

KRUSE,KRISTOPHER,D

THOMPSON

11/14/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

# 1 0.058Subject Sample 03:34

1.855Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.056Subject Sample 03:37

3.363Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 12/14/2022 10:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:2511/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:37

Groveland PD

CLARK,KURTIS

12/05/2023

28021080A2

Groveland PD

RODRIGUEZ,RONALD,-

ACEVEDO

10/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:17

# 1 0.171Subject Sample 23:17

2.460Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.170Subject Sample 23:20

1.773Breath Volume 23:20

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 11/16/2022 14:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:4811/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:55

Groveland PD

PENA,R

12/05/2023

28021080A2

Groveland PD

PENA,R,S

MCCLAIN

10/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:25

0.080Control Test 19:26

0.000Air Blank 19:26

# 1 0.267Subject Sample 19:27

1.214Breath Volume 19:27

0.000Air Blank 19:28

0.000Air Blank 19:30

# 2 0.273Subject Sample 19:31

1.812Breath Volume 19:31

0.000Air Blank 19:31

0.079Control Test 19:32

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 11/16/2022 14:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0611/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:02

Groveland PD

PENA,R

12/05/2023

28021080A2

Groveland PD

PENA,R,S

FARRELL

10/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:30

# 1 0.127Subject Sample 01:31

2.480Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.121Subject Sample 01:34

2.121Breath Volume 01:34

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 11/16/2022 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0011/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:36

Groveland PD

APONTE,J

12/05/2023

28021080A2

Groveland PD

APONTE,J,

LOPEZ SANTANA

10/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

# 1 0.160Subject Sample 02:26

1.589Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:28

# 2 0.158Subject Sample 02:29

2.230Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:31

Data Download Date/Time: 11/16/2022 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1111/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:44

Groveland PD

ROLLINS,S

12/05/2023

28021080A2

Mascotte PD

APONTE,J,

MADRIGAL

10/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:38

# 1 0.163Subject Sample 02:40

3.503Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.164Subject Sample 02:43

3.656Breath Volume 02:43

0.000Air Blank 02:44

0.080Control Test 02:44 Interferent Detect

0.000Air Blank 02:45

Data Download Date/Time: 11/16/2022 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:1011/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:25

Groveland PD

PENA,R

12/05/2023

28021080A2

Groveland PD

PENA,RUSSEL,S

MATOS

10/19/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.081Control Test 21:57

0.000Air Blank 21:57

# 1 0.281Subject Sample 21:58

2.421Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:00

# 2 0.275Subject Sample 22:01

1.980Breath Volume 22:01

0.000Air Blank 22:02

0.080Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 11/16/2022 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:2911/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:24

Groveland PD

APONTE,J

12/05/2023

28021080A2

Groveland PD

APONTE,J,

BOSTON

11/16/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:54

0.000Air Blank 18:55

0.081Control Test 18:55

0.000Air Blank 18:56

# 1Subject Sample 18:57 Subject Test Refused

0.000Breath Volume 18:57

0.000Air Blank 18:57

0.081Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 12/09/2022 11:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:3511/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:44

Groveland PD

APONTE,J

12/05/2023

28021080A2

Groveland PD

APONTE,J,

MULLER RIVERA

11/16/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:20

# 1 0.144Subject Sample 00:21

1.843Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.141Subject Sample 00:24

2.601Breath Volume 00:24

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 12/09/2022 11:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:2511/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:30

Martin County SO

THOMAS,CHRISTOPHER

06/05/2023

11821080A3

Martin County SO

THOMAS,CHRISTOPHER,L

CASTILLO-GONZALES

10/15/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.082Control Test 22:23

0.000Air Blank 22:24

# 1 0.110Subject Sample 22:25

1.945Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.113Subject Sample 22:27

1.878Breath Volume 22:27

0.000Air Blank 22:28

0.082Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 11/16/2022 12:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:1211/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

19:14

Martin County SO

LEVENAR,TATIANA

06/05/2023

11821080A3

Martin County SO

LEVENAR,TATIANA,R

LEAHEY

10/15/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.082Control Test 20:17

0.000Air Blank 20:18

# 1 0.173Subject Sample 20:18

2.347Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.169Subject Sample 20:21

2.542Breath Volume 20:21

0.000Air Blank 20:22

0.082Control Test 20:22

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 11/16/2022 12:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:4411/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:20

Martin County SO

HILL,DANIEL

06/05/2023

11821080A3

Martin County SO

HILL,DANIEL,A

HART

10/15/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:53

0.000Air Blank 20:54

0.082Control Test 20:54

0.000Air Blank 20:55

# 1 0.114Subject Sample 20:58 Volume Not Met

0.113Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2Subject Sample 21:03 Subject Test Refused

0.929Breath Volume 21:03

0.000Air Blank 21:03

0.082Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 11/16/2022 12:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:0111/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:31

Martin County SO

LEVENAR,TATIANA

06/05/2023

11821080A3

Martin County SO

LEVENAR,TATIANA,R

MORAN

10/15/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.081Control Test 22:04

0.000Air Blank 22:05

# 1 0.142Subject Sample 22:06

1.136Breath Volume 22:06

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.138Subject Sample 22:09

1.144Breath Volume 22:09

0.000Air Blank 22:10

0.082Control Test 22:10

0.000Air Blank 22:10

OKDiagnostics Check 22:11

Data Download Date/Time: 11/16/2022 12:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:5911/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:18

Martin County SO

HILL,DANIEL

06/05/2023

11821080A3

Martin County SO

HILL,DANIEL,A

FRANCO

10/15/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.082Control Test 23:55

0.000Air Blank 23:55

# 1 0.177Subject Sample 23:56

2.585Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:58

# 2 0.178Subject Sample 23:59

2.910Breath Volume 23:59

0.000Air Blank 00:00

0.082Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 11/16/2022 12:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:5611/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:11

Martin County SO

LEVENAR,TATIANA

06/05/2023

11821080A3

Martin County SO

LEVENAR,TATIANA,R

GARCIA

10/15/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.082Control Test 00:57

0.000Air Blank 00:57

# 1 0.018Subject Sample 01:00 Volume Not Met

0.425Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.234Subject Sample 01:03

1.136Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 3 0.226Subject Sample 01:06

1.496Breath Volume 01:06

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 11/16/2022 12:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3011/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:23

Martin County SO

PETERS,DARIN

06/05/2023

11821080A3

Martin County SO

PETERS,DARIN,J

PARKER

10/15/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.082Control Test 01:29

0.000Air Blank 01:30

# 1 0.098Subject Sample 01:31

3.722Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.097Subject Sample 01:34

3.351Breath Volume 01:34

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 11/16/2022 12:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:2711/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:06

Stuart PD

ANGERVIL,ANGERVIL

06/05/2023

11821080A3

Stuart PD

ANGERVIL,CLAUDY,P

CARMONA

11/16/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.081Control Test 23:06

0.000Air Blank 23:06

# 1Subject Sample 23:07 Subject Test Refused

0.062Breath Volume 23:07

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 12/05/2022 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:1011/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:06

Stuart PD

ANGERVIL,CLAUDY

06/05/2023

11821080A3

Stuart PD

ANGERVIL,CLAUDY,P

CARMONA

11/16/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:13

# 1Subject Sample 23:14 Subject Test Refused

0.000Breath Volume 23:14

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 12/05/2022 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:1411/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:35

Martin County SO

VITELLO,MICHAEL

06/05/2023

11821080A3

Martin County SO

VITELLO,MICHAEL,K

MCCARGO

11/16/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.082Control Test 02:17

0.000Air Blank 02:18

# 1 0.148Subject Sample 02:18

2.593Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.149Subject Sample 02:21

2.097Breath Volume 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/05/2022 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:3311/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

18:24

Martin County SO

HOLLORAN,JAMES

06/05/2023

11821080A3

Martin County SO

HILL,DANIEL,A

L320281620640

11/16/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:02

0.082Control Test 19:03

0.000Air Blank 19:03

# 1 0.104Subject Sample 19:06

1.781Breath Volume 19:06

0.000Air Blank 19:06

0.000Air Blank 19:08

# 2 0.105Subject Sample 19:09

2.117Breath Volume 19:09

0.000Air Blank 19:09

0.082Control Test 19:09

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 12/05/2022 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:1811/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:28

Martin County SO

VITELLO,MICHAEL

06/05/2023

11821080A3

Martin County SO

VITELLO,MICHAEL,K

ANDERSON

11/16/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.082Control Test 21:01

0.000Air Blank 21:02

# 1 0.253Subject Sample 21:02

2.605Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.255Subject Sample 21:05

3.589Breath Volume 21:05

0.000Air Blank 21:06

0.081Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 12/05/2022 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:2611/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:47

18:22

Martin County SO

GITLIN,CORY

06/05/2023

11821080A3

Martin County SO

GITLIN,CORY,J

TROUSDALE

11/16/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:22

0.000Air Blank 19:22

0.082Control Test 19:23

0.000Air Blank 19:23

# 1 0.265Subject Sample 19:25

1.800Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.260Subject Sample 19:28

1.738Breath Volume 19:28

0.000Air Blank 19:29

0.081Control Test 19:29

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 12/05/2022 14:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:1211/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:31

Panama City Beach PD

YOUNG,JOHNATHAN

02/10/2025

402357111

Panama City Beach PD

YOUNG,JOHNATHAN,F

KIPER

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.082Control Test 03:12

0.000Air Blank 03:12

# 1 0.154Subject Sample 03:14

1.707Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.161Subject Sample 03:17

1.234Breath Volume 03:17

0.000Air Blank 03:18

0.082Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:3611/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:06

Panama City Beach PD

MCKEEBY,WADE

02/10/2025

402357111

Panama City Beach PD

MCKEEBY,WADE,S

TAYLOR

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:02

# 1 0.202Subject Sample 21:03

1.570Breath Volume 21:03

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.212Subject Sample 21:08

1.406Breath Volume 21:08

0.000Air Blank 21:08

0.082Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0511/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:50

Panama City Beach PD

YOUNG,JOHNATHAN

02/10/2025

402357111

Panama City Beach PD

YOUNG,JOHNATHAN,F

GALLAGHER

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:27

# 1 0.077Subject Sample 02:30 Volume Not Met

0.355Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.089Subject Sample 02:36 Volume Not Met

0.195Breath Volume 02:36

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:38

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:2711/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:50

Panama City Beach PD

YOUNG,JOHNATHAN

02/10/2025

402357111

Panama City Beach PD

YOUNG,JOHNATHAN,F

G426075764190

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1 0.075Subject Sample 02:47 Volume Not Met

0.312Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.084Subject Sample 02:52 Volume Not Met

0.066Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3511/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:52

Panama City Beach PD

MOSS,ROBERT

02/10/2025

402357111

Panama City Beach PD

MOSS,ROBERT,R

MCDONALD

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.082Control Test 23:37

0.000Air Blank 23:38

# 1 0.000Subject Sample 23:39

1.105Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.000Subject Sample 23:42

1.417Breath Volume 23:42

0.000Air Blank 23:42

0.082Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:0011/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:33

Panama City Beach PD

MCDOWELL,MICHAEL

02/10/2025

402357111

Panama City Beach PD

MCDOWELL,MICHAEL,J

WILLIAMS

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.082Control Test 01:24

0.000Air Blank 01:24

# 1 0.000Subject Sample 01:25

1.578Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.000Subject Sample 01:28

2.156Breath Volume 01:28

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:30

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:57:3811/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:03

14:47

Panama City Beach PD

BRAXTON,KYNLEY

02/10/2025

402357111

Bay County SO

WEBER,JEFFREY,J

ROGERS JR

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:51

0.000Air Blank 15:51

0.081Control Test 15:52

0.000Air Blank 15:52

# 1 0.130Subject Sample 15:53

2.730Breath Volume 15:53

0.000Air Blank 15:53

0.000Air Blank 15:55

# 2 0.132Subject Sample 15:56

3.332Breath Volume 15:56

0.000Air Blank 15:56

0.082Control Test 15:57

0.000Air Blank 15:57

OKDiagnostics Check 15:57

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:44:0111/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:08

09:03

Panama City Beach PD

WEBER,JEFFREY

02/10/2025

402357111

Panama City Beach PD

WEBER,JEFFREY,J

CLARK

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:32

0.000Air Blank 10:32

0.082Control Test 10:33

0.000Air Blank 10:33

# 1 0.125Subject Sample 10:36 Volume Not Met

0.156Breath Volume 10:36

0.000Air Blank 10:37

0.000Air Blank 10:39

# 2 0.123Subject Sample 10:42 Volume Not Met

0.285Breath Volume 10:42

0.000Air Blank 10:43

0.082Control Test 10:43

0.000Air Blank 10:43

OKDiagnostics Check 10:44

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:4411/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:21

Panama City Beach PD

MCDOWELL,MICHAEL

02/10/2025

402357111

Panama City Beach PD

MCDOWELL,MICHAEL,J

NUTT

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.082Control Test 23:08

0.000Air Blank 23:08

# 1 0.088Subject Sample 23:09

4.023Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.072Subject Sample 23:12

1.546Breath Volume 23:12

0.000Air Blank 23:12

0.082Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:3711/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:46

17:30

Panama City Beach PD

MOSS,ROBERT

02/10/2025

402357111

Panama City Beach PD

MOSS,ROBERT,R

MUSSER

10/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:06

0.000Air Blank 18:06

0.082Control Test 18:07

0.000Air Blank 18:07

# 1 0.055Subject Sample 18:08

3.656Breath Volume 18:08

0.000Air Blank 18:08

0.000Air Blank 18:10

# 2 0.054Subject Sample 18:11

3.625Breath Volume 18:11

0.000Air Blank 18:11

0.082Control Test 18:12

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 11/23/2022 18:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2311/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:30

Panama City Beach PD

HATLEY,KENDALL

02/10/2025

402357111

Panama City Beach PD

JOHNSON,ROBERT,J

RODRIQUEZ

11/20/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

# 1 0.192Subject Sample 03:53

2.511Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.194Subject Sample 03:56

2.769Breath Volume 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 12/18/2022 12:31

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:4511/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:03

14:30

Collier County SO

BUONPANE,V

04/05/2023

06021080A2

Collier County SO

BUONPANE,V,D

KLEIN

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:23

0.000Air Blank 15:23

0.080Control Test 15:23

0.000Air Blank 15:24

# 1 0.164Subject Sample 15:27 Volume Not Met

0.628Breath Volume 15:27

0.000Air Blank 15:28

0.000Air Blank 15:30

# 2Subject Sample 15:31 RFI Detect

0.687Breath Volume 15:31

0.000Air Blank 15:32

0.077Control Test 15:33

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:5711/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:55

Collier County SO

WENNLUND,F

04/05/2023

06021080A2

Collier County SO

LASALA,J,D

SALAZARCRUZ

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:06

0.000Air Blank 02:06

# 1 0.233Subject Sample 02:07

1.597Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.226Subject Sample 02:10

1.554Breath Volume 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:3311/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:15

Collier County SO

ESPIN HINOJOSA,A

04/05/2023

06021080A2

Collier County SO

HERNANDEZ,MARTIN,C

CAZARES DIAZ

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:49

# 1 0.176Subject Sample 02:52 Volume Not Met

0.207Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.162Subject Sample 02:58 Volume Not Met

1.050Breath Volume 02:58

0.000Air Blank 02:59

0.078Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:5811/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:15

Collier County SO

ESPIN HINOJOSA,A

04/05/2023

06021080A2

Collier County SO

HERNANDEZ,MARTIN,C

CAZARES DIAZ

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

# 1 0.172Subject Sample 03:08 Volume Not Met

0.070Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.153Subject Sample 03:14 Volume Not Met

0.765Breath Volume 03:14

0.000Air Blank 03:15

0.077Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:2311/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:15

Collier County SO

HEBEN,K

04/05/2023

06021080A2

Collier County SO

GALLOPS,C,M

HODGES

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:48

# 1 0.145Subject Sample 20:48

2.632Breath Volume 20:48

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2 0.147Subject Sample 20:51

2.609Breath Volume 20:51

0.000Air Blank 20:52

0.080Control Test 20:52

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3611/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:45

Collier County SO

BELARDO,JOSEPH

04/05/2023

06021080A2

Marco Island PD

HOWELL,ADAM,J

ALLEN

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

# 1 0.094Subject Sample 23:27

1.562Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.090Subject Sample 23:29

1.558Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:4011/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

02:23

Collier County SO

CAREY,E

04/05/2023

06021080A2

Marco Island PD

BUTLER JR,S,A

DZIDIC

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:27

# 1 0.286Subject Sample 04:28

3.199Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.260Subject Sample 04:31

2.480Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 3 0.277Subject Sample 04:34

4.464Breath Volume 04:34

0.000Air Blank 04:35

0.079Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:3011/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:28

18:54

Collier County SO

GASH,C

04/05/2023

06021080A2

Collier County SO

GASH,C,

LEONARD

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.081Control Test 19:49

0.000Air Blank 19:49

# 1Subject Sample 19:50 Subject Test Refused

0.000Breath Volume 19:50

0.000Air Blank 19:50

0.080Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0011/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:00

Collier County SO

JOHNSON,T

04/05/2023

06021080A2

Collier County SO

SMYRNIOS,AUSTIN,W

LOPEZ

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.081Control Test 03:04

0.000Air Blank 03:04

# 1 0.135Subject Sample 03:05

3.058Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.136Subject Sample 03:08

2.812Breath Volume 03:08

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:10

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4811/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:26

Collier County SO

SHERAN,J

04/05/2023

06021080A2

Collier County SO

CARMONA,R,

CRUZ

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.081Control Test 04:40

0.000Air Blank 04:40

# 1 0.151Subject Sample 04:41

3.402Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.141Subject Sample 04:44

2.503Breath Volume 04:44

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:16:2711/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

05:03

Collier County SO

MORRIS,H

04/05/2023

06021080A2

FHP Troop F

HERNANDEZ,MARTIN,C

LARRIOS CORTES

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:09

0.000Air Blank 06:09

0.080Control Test 06:10

0.000Air Blank 06:10

# 1 0.157Subject Sample 06:11

1.515Breath Volume 06:11

0.000Air Blank 06:12

0.000Air Blank 06:14

# 2 0.163Subject Sample 06:14

1.390Breath Volume 06:14

0.000Air Blank 06:15

0.079Control Test 06:15

0.000Air Blank 06:16

OKDiagnostics Check 06:16

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2411/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:01

Collier County SO

CORWIN,J

04/05/2023

06021080A2

Collier County SO

HEBEL,B,

GEE

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.081Control Test 22:48

0.000Air Blank 22:48

# 1 0.103Subject Sample 22:49

1.664Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.103Subject Sample 22:52

1.664Breath Volume 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:3711/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:28

Collier County SO

GUTIERREZ,ISABELE

04/05/2023

06021080A2

Collier County SO

VILLANEDA ROMO,KARLA,A

MARTINEZ-ALVARADO

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.081Control Test 04:23

0.000Air Blank 04:23

# 1 0.168Subject Sample 04:24

1.183Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:26

# 2 0.166Subject Sample 04:26

1.257Breath Volume 04:26

0.000Air Blank 04:27

0.077Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 12/07/2022 10:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:10:0811/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

04:53

Collier County SO

WENNLUND,F

04/05/2023

06021080A2

Collier County SO

LASALA,J,D

GORDON

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:02

0.000Air Blank 06:03

0.080Control Test 06:03

0.000Air Blank 06:04

# 1 0.171Subject Sample 06:05

3.390Breath Volume 06:05

0.000Air Blank 06:06

0.000Air Blank 06:08

# 2 0.151Subject Sample 06:08

1.535Breath Volume 06:08

0.000Air Blank 06:09

0.080Control Test 06:09

0.000Air Blank 06:10

OKDiagnostics Check 06:10

Data Download Date/Time: 12/07/2022 10:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:4911/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:30

Collier County SO

GARCIA,YOEL

04/05/2023

06021080A2

FHP Troop E

SANDS,F,L

MELNECHUK

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:24

0.000Air Blank 19:24

0.081Control Test 19:25

0.000Air Blank 19:25

# 1 0.171Subject Sample 19:26

1.367Breath Volume 19:26

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.179Subject Sample 19:29

1.992Breath Volume 19:29

0.000Air Blank 19:29

0.079Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 12/07/2022 10:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:1911/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:26

Collier County SO

GASH,C

04/05/2023

06021080A2

Collier County SO

GASH,C,

BYHAM

11/08/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:11

# 1 0.122Subject Sample 02:12

3.402Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.099Subject Sample 02:15

1.750Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 3 0.126Subject Sample 02:18

3.187Breath Volume 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 12/07/2022 10:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:5611/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:13

Panama City PD

HUTCHINSON,JOSEPH

06/10/2024

1506449

Panama City PD

HUTCHINSON,JOSEPH,B

CARLOS

10/16/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.078Control Test 02:35

0.000Air Blank 02:36

# 1 0.199Subject Sample 02:37

1.554Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.203Subject Sample 02:40

1.421Breath Volume 02:40

0.000Air Blank 02:41

0.076Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 11/30/2022 14:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3311/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:27

Panama City PD

BLAND,CURTIS

06/10/2024

1506449

Panama City PD

BLAND,CURTIS,L

MYERS

10/16/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.078Control Test 00:04

0.000Air Blank 00:04

# 1 0.199Subject Sample 00:05

2.933Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.196Subject Sample 00:08

3.429Breath Volume 00:08

0.000Air Blank 00:08

0.077Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 11/30/2022 14:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:1711/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:10

Panama City PD

DEL LA CRUZ,JUAN

06/10/2024

1506449

Panama City PD

BLAND,CURTIS,L

ESCOBAR

10/16/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.079Control Test 20:51

0.000Air Blank 20:52

# 1 0.149Subject Sample 20:52

1.707Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.155Subject Sample 20:55

1.589Breath Volume 20:55

0.000Air Blank 20:56

0.078Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 11/30/2022 14:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:4911/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:49

Panama City PD

CASEY,TYLER

06/10/2024

1506449

Panama City PD

HUTCHINSON,JOSEPH,B

PARADISE

10/16/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:21

# 1 0.022Subject Sample 00:22

2.363Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:24

# 2 0.021Subject Sample 00:25

2.585Breath Volume 00:25

0.000Air Blank 00:25

0.077Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 11/30/2022 14:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:5111/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:35

Panama City PD

COSME,MATTHEW

06/10/2024

1506449

Panama City PD

NELSON,GARRETT,R

REYES MARTINEZ

10/16/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

# 1 0.071Subject Sample 22:10

1.679Breath Volume 22:10

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.073Subject Sample 22:13

1.929Breath Volume 22:13

0.000Air Blank 22:13

0.077Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 11/30/2022 14:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:1311/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:38

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

NORTHERN

10/26/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

# 1 0.123Subject Sample 02:12

2.382Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.121Subject Sample 02:15

3.812Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 11/22/2022 13:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0611/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:12

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

HUDSON

10/26/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:38

0.000Air Blank 02:38

# 1Subject Sample 02:38 Subject Test Refused

0.000Breath Volume 02:38

0.000Air Blank 02:39

0.082Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 11/22/2022 13:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:3211/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

20:17

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

PEREZ GEURRA

10/26/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.082Control Test 20:39

0.000Air Blank 20:40

# 1 0.165Subject Sample 20:40

4.558Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.131Subject Sample 20:43

1.652Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 3 0.155Subject Sample 20:46

5.273Breath Volume 20:46

0.000Air Blank 20:47

0.081Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 11/22/2022 13:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:0011/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:31

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

PAC AGUILAR

10/26/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:03

0.081Control Test 21:03

0.000Air Blank 21:04

# 1Subject Sample 21:04 Subject Test Refused

0.000Breath Volume 21:04

0.000Air Blank 21:05

0.082Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:06

Data Download Date/Time: 11/22/2022 13:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:4711/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

23:07

West Palm Beach PD

HOWARD,EDWARD

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

CASTELLON ORELLANA

10/26/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.082Control Test 23:45

0.000Air Blank 23:46

# 1 0.213Subject Sample 23:47

1.804Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.213Subject Sample 23:51

1.878Breath Volume 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 11/22/2022 13:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:5011/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

23:06

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

RUBI OJEDA

10/26/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.082Control Test 23:42

0.000Air Blank 23:43

# 1Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:43

0.082Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 11/22/2022 13:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:1711/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:54

West Palm Beach PD

HOWARD,EDWARD

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

ANDERSON

10/26/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:25

0.082Control Test 21:25

0.000Air Blank 21:25

# 1 0.252Subject Sample 21:26

1.695Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.256Subject Sample 21:29

1.675Breath Volume 21:29

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 11/22/2022 13:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:2811/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:15

West Palm Beach PD

MARTINEZ,JACOB

08/03/2023

1356262

West Palm Beach PD

CHARLES,JAMESLOO,

HOUVOURAS

11/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.080Control Test 00:08

0.000Air Blank 00:09

# 1Subject Sample 00:11 Subject Test Refused

0.000Breath Volume 00:11

0.000Air Blank 00:11

0.082Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 12/29/2022 13:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:3311/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:00

West Palm Beach PD

CHARLES,JAMESLOO

08/03/2023

1356262

West Palm Beach PD

MARTINEZ,JACOB,A

HERRERA

11/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.081Control Test 20:50

0.000Air Blank 20:51

# 1Subject Sample 20:51 Subject Test Refused

0.000Breath Volume 20:51

0.000Air Blank 20:51

0.081Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 12/29/2022 13:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:1111/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:34

West Palm Beach PD

MARTINEZ,JACOB

08/03/2023

1356262

West Palm Beach PD

MARTINEZ,JACOB,A

CASTRO

11/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.081Control Test 23:19

Air Blank 23:20 Purge Fail

0.000Air Blank 23:21

Data Download Date/Time: 12/29/2022 13:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:2611/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:34

West Palm Beach PD

MARTINEZ,JACOB

08/03/2023

1356262

West Palm Beach PD

MARTINEZ,JACOB,A

CASTRO

11/22/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.081Control Test 23:23

0.000Air Blank 23:24

# 1 0.158Subject Sample 23:27 Volume Not Met

0.585Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.197Subject Sample 23:30

1.886Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 3 0.196Subject Sample 23:33

2.039Breath Volume 23:33

0.000Air Blank 23:34

0.078Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 12/29/2022 13:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3911/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:20

Daytona Beach Shores

MOWEN,RYAN

04/01/2023

1305520

Daytona Beach Shores

BILLUE,MOLLY,S

FRAZIER

10/17/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.081Control Test 03:51

0.000Air Blank 03:51

# 1 0.161Subject Sample 03:53

1.980Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.165Subject Sample 03:57

2.175Breath Volume 03:57

0.000Air Blank 03:57

0.080Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 11/16/2022 12:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5811/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:11

Daytona Beach Shores

BILLUE,M

06/27/2025

402477284

Daytona Beach Shores

MOWEN,RYAN,D

ALVES

11/16/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

# 1 0.150Subject Sample 03:51

2.109Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:53

# 2 0.158Subject Sample 03:54

1.914Breath Volume 03:54

0.000Air Blank 03:55

0.079Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 12/13/2022 10:55

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4511/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:53

Port Orange PD

ROOFE,DEREK

02/05/2024

02422080A1

Port Orange PD

CLOUTIER BISBEE,SHEALYNN,R

WAGGONER

10/31/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

# 1Subject Sample 02:37 Subject Test Refused

0.480Breath Volume 02:37

0.000Air Blank 02:37

0.084Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 12/13/2022 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1111/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:52

Port Orange PD

ROOFE,DEREK

02/05/2024

02422080A1

Port Orange PD

CLOUTIER BISBEE,SHEALYNN,R

WAGGONER

10/31/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:42

0.000Air Blank 02:42

# 1 0.144Subject Sample 02:44

1.550Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.138Subject Sample 02:47

1.753Breath Volume 02:47

0.000Air Blank 02:48

0.081Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 12/13/2022 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:0711/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:01

Port Orange PD

ROOFE,DEREK

02/05/2024

02422080A1

Port Orange PD

CLOUTIER BISBEE,SHEALYNN,R

WEIGEL

10/31/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.081Control Test 02:52

0.000Air Blank 02:52

# 1 0.238Subject Sample 02:53

1.425Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.232Subject Sample 02:56

1.726Breath Volume 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 12/13/2022 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:0311/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:57

Port Orange PD

HICKS,ZAKERIE

02/05/2024

02422080A1

Port Orange PD

HICKS,ZAKERIE,D

ALLEN

10/31/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:16

# 1Subject Sample 23:20 No Sample Provided

0.000Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2Subject Sample 23:22 Subject Test Refused

0.000Breath Volume 23:22

0.000Air Blank 23:23

0.082Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:24

Data Download Date/Time: 12/13/2022 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4311/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:44

South Daytona PD

GAFFNEY,CASEY

12/07/2024

402290677

South Daytona PD

ROMERO,RYAN,D

CHOI

11/11/2022

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:33

# 1 0.123Subject Sample 01:33

2.062Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.124Subject Sample 01:36

1.917Breath Volume 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 12/15/2022 12:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5411/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:25

South Daytona PD

WELLS,KYLE

12/07/2024

402290677

South Daytona PD

ROMERO,RYAN,D

HAUGHTON

11/11/2022

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:16

# 1 0.086Subject Sample 02:19

1.226Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.085Subject Sample 02:22

1.242Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/15/2022 12:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:0211/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

21:56

Polk County SO

COLON,JOLNETH

08/05/2024

15922080A3

Polk County SO

COLON,JOLNETH,B

HARPER-RIDEAU

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.081Control Test 23:10

Air Blank 23:11 Purge Fail

0.000Air Blank 23:12

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:0011/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

21:56

Polk County SO

COLON,JOLNETH

08/05/2024

15922080A3

Polk County SO

COLON,JOLNETH,B

HARPER-RIDEAU

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:15

# 1 0.283Subject Sample 23:15

2.011Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.288Subject Sample 23:19

1.457Breath Volume 23:19

0.000Air Blank 23:20

0.076Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:21

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3111/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:10

Polk County SO

HODGES,MARCO

08/05/2024

15922080A3

Polk County SO

HODGES,MARCO,A

GUERRERO

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.075Control Test 00:43

0.000Air Blank 00:44

# 1 0.152Subject Sample 00:45

1.195Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.148Subject Sample 00:48

1.507Breath Volume 00:48

0.000Air Blank 00:49

0.073Control Test 00:49 Control Outside Tolerance

0.000Air Blank 00:50

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:0211/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:10

Polk County SO

HODGES,MARCO

08/05/2024

15922080A3

Polk County SO

HODGES,MARCO,A

GUERRERO

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.076Control Test 01:47

0.000Air Blank 01:48

# 1Subject Sample 01:49 RFI Detect

0.210Breath Volume 01:49

0.000Air Blank 01:50

0.078Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:51

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:5111/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:10

Polk County SO

HODGES,MARCO

08/05/2024

15922080A3

Polk County SO

HODGES,MARCO,A

GUERRERO

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

# 1 0.132Subject Sample 01:56

1.203Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.123Subject Sample 01:59

1.414Breath Volume 01:59

0.000Air Blank 01:59

0.077Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:0311/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:49

17:23

Polk County SO

COLON,JOLNETH

08/05/2024

15922080A3

Polk County SO

COLON,JOLNETH,B

PERKINS

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.081Control Test 19:22

0.000Air Blank 19:23

# 1 0.000Subject Sample 19:23

1.210Breath Volume 19:23

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.000Subject Sample 19:27

1.203Breath Volume 19:27

0.000Air Blank 19:28

0.079Control Test 19:28

0.000Air Blank 19:28

OKDiagnostics Check 19:29

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:3111/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:53

Polk County SO

COLON,JOLNETH

08/05/2024

15922080A3

Polk County SO

COLON,JOLNETH,B

MURPHY

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.078Control Test 22:46

0.000Air Blank 22:47

# 1 0.234Subject Sample 22:48

2.218Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:50

# 2 0.230Subject Sample 22:51

2.152Breath Volume 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:3611/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:31

Polk County SO

MITCHELL,STEVEN

08/05/2024

15922080A3

Polk County SO

JEUDY,RINALDO,

PINETTE

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.076Control Test 04:45

0.000Air Blank 04:46

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:47

0.076Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:3911/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:54

Polk County SO

HODGES,MARCO

08/05/2024

15922080A3

Polk County SO

HODGES,MARCO,A

COLBERT

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:57

0.078Control Test 19:58

Air Blank 19:59 Purge Fail

0.000Air Blank 19:59

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001247CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:2311/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:54

Polk County SO

HODGES,MARCO

08/05/2024

15922080A3

Polk County SO

HODGES,MARCO,A

COLBERT

10/26/2022

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:02

0.000Air Blank 20:02

0.077Control Test 20:03

Air Blank 20:03 Purge Fail

0.000Air Blank 20:04

Data Download Date/Time: 11/07/2022 14:11

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:5911/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:55

Orange County SO

STRAKER,AARON

01/05/2024

33321080A3

Orlando PD

DENSON,TRAVIS,W

ROWE EVANS

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.080Control Test 19:53

0.000Air Blank 19:54

# 1 0.000Subject Sample 19:54

1.156Breath Volume 19:54

0.000Air Blank 19:55

0.000Air Blank 19:57

# 2 0.000Subject Sample 19:57

1.343Breath Volume 19:57

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 12/21/2022 13:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:4411/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:03

Orange County SO

DANIEL,CONNELL

05/05/2024

07622080A3

Ocoee PD

SKOWRONSKI,JEFFREY,J

POTEAT

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

# 1 0.218Subject Sample 00:59

1.394Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.218Subject Sample 01:02

1.316Breath Volume 01:02

0.000Air Blank 01:02

0.080Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0511/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:35

Orange County SO

DOUGHERTY,JOSEPH

05/05/2024

07622080A3

Orange County SO

SKOWRONSKI,JEFFREY,J

HAN

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.081Control Test 02:33

0.000Air Blank 02:33

# 1 0.009Subject Sample 02:35

1.195Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.008Subject Sample 02:38

1.250Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:2711/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

03:31

Orange County SO

MOORE,ANDREW

05/05/2024

07622080A3

Maitland PD

SKOWRONSKI,JEFFREY,J

SOSA LOPEZ

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:17

0.000Air Blank 05:17

# 1 0.152Subject Sample 05:18

1.539Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.156Subject Sample 05:20

1.695Breath Volume 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:2311/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:32

Orange County SO

MATIAS,ROLANDO

05/05/2024

07622080A3

Apopka PD

SKOWRONSKI,JEFFREY,J

DIAZ RAMIREZ

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.080Control Test 22:45

0.000Air Blank 22:45

# 1 0.147Subject Sample 22:46

1.644Breath Volume 22:46

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.147Subject Sample 22:48

1.441Breath Volume 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5311/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:48

Orange County SO

STOWE,NICOLAS

05/05/2024

07622080A3

Orange County SO

SKOWRONSKI,JEFFREY,J

JOSEPH

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.082Control Test 03:21

0.000Air Blank 03:22

# 1 0.161Subject Sample 03:22

1.871Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:24

# 2 0.158Subject Sample 03:25

1.605Breath Volume 03:25

0.000Air Blank 03:25

0.080Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:1911/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:47

Orange County SO

CLABAUGH,ARIEL

05/05/2024

07622080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

GORT

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.081Control Test 23:03

0.000Air Blank 23:03

# 1 0.236Subject Sample 23:03

2.171Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.250Subject Sample 23:06

2.125Breath Volume 23:06

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:2111/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:52

Orange County SO

LAL,RAJIV

05/05/2024

07622080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

OGLE

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:32

0.000Air Blank 21:32

0.081Control Test 21:33

0.000Air Blank 21:33

# 1 0.000Subject Sample 21:34

1.160Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.007Subject Sample 21:36

1.507Breath Volume 21:37

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0211/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:12

Orange County SO

SCALES,BRANDON

05/05/2024

07622080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

AUSTIN

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

# 1 0.185Subject Sample 01:01

1.871Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.183Subject Sample 01:04

1.976Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:06

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:5911/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:57

Orange County SO

CADAVID,SEBASTIAN

05/05/2024

07622080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

ALVES

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.082Control Test 03:13

0.000Air Blank 03:14

# 1 0.210Subject Sample 03:15

1.199Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2 0.209Subject Sample 03:18

1.296Breath Volume 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 11/15/2022 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1211/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:15

Orange County SO

RIVERA,GIOVANNI

05/05/2024

07622080A3

Orlando PD

SKOWRONSKI,JEFFREY,J

GONZALEZ

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

# 1Subject Sample 01:06 No Sample Provided

0.000Breath Volume 01:06

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2Subject Sample 01:11 No Sample Provided

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.081Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 11/15/2022 10:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:1111/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:56

Orange County SO

PHILITAS,KERVIN

05/05/2024

07622080A3

Orlando PD

SKOWRONSKI,JEFFEY,J

WATSON

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.082Control Test 01:55

0.000Air Blank 01:56

# 1 0.223Subject Sample 01:58

1.734Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.226Subject Sample 02:03

1.261Breath Volume 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 11/15/2022 10:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3111/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:52

Orange County SO

DANIEL,CONNELL

05/05/2024

07622080A3

Ocoee PD

SKOWRONSKI,JEFFREY,J

AGUILAR FUENTES

10/26/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.081Control Test 03:44

0.000Air Blank 03:44

# 1 0.123Subject Sample 03:47

1.378Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:49

# 2 0.121Subject Sample 03:51

1.593Breath Volume 03:51

0.000Air Blank 03:52

0.078Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 11/15/2022 10:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:4011/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

21:02

Orange County SO

WATKINS,ANTHONY

05/05/2024

07622080A3

Orange County SO

EVANS,AUSTIN,T

ORTIZ

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

# 1 0.265Subject Sample 21:48 No .020 agreement

1.281Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.278Subject Sample 21:54 Volume Not Met

0.000Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:56

# 3 0.289Subject Sample 21:58 No .020 agreement

3.222Breath Volume 21:58

0.000Air Blank 21:59

0.078Control Test 22:00

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 12/21/2022 12:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:3311/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

21:02

Orange County SO

WATKINS,ANTHONY

05/05/2024

07622080A3

Orange County SO

EVANS,AUSTIN,T

ORTIZ

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:03

# 1 0.287Subject Sample 22:04

3.117Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.286Subject Sample 22:07

3.656Breath Volume 22:07

0.000Air Blank 22:08

0.078Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 12/21/2022 12:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:1511/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:36

Orange County SO

ALEXANDER,JARED

05/05/2024

07622080A3

Orange County SO

EVANS,AUSTIN,T

SIFFRANT

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.081Control Test 00:18

0.000Air Blank 00:18

# 1 0.175Subject Sample 00:21 Volume Not Met

0.312Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.200Subject Sample 00:24

2.234Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 3 0.194Subject Sample 00:27

1.472Breath Volume 00:27

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 12/21/2022 12:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5311/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:00

Orange County SO

MOORE,ANDREW

05/05/2024

07622080A3

Maitland PD

EVANS,AUSTIN,T

JARRETT

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:03

# 1 0.007Subject Sample 04:04

1.453Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.007Subject Sample 04:07

1.765Breath Volume 04:07

0.000Air Blank 04:07

0.081Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 12/21/2022 12:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3811/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:06

Orange County SO

CASTILLO,WILFRED

05/05/2024

07622080A3

FHP Troop D

EVANS,AUSTIN,T

RUSS

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.082Control Test 01:21

0.000Air Blank 01:21

# 1 0.007Subject Sample 01:22

1.773Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.000Subject Sample 01:26

1.433Breath Volume 01:26

0.000Air Blank 01:26

0.081Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 12/21/2022 12:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:0011/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:34

Orange County SO

STRAKER,AARON

05/05/2024

07622080A3

Orlando PD

DENSON,TRAVIS,W

CHRICHLOW

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.082Control Test 03:23

0.000Air Blank 03:24

# 1 0.259Subject Sample 03:24

1.757Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.265Subject Sample 03:27

1.500Breath Volume 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:29

Data Download Date/Time: 12/21/2022 12:54

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:4111/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:04

Orange County SO

TORRES,JOSUE

05/05/2024

07622080A3

Orlando PD

KOSH,TOBI,J

MCDONALD

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:04

0.082Control Test 19:04

0.000Air Blank 19:05

# 1 0.060Subject Sample 19:06

1.519Breath Volume 19:06

0.000Air Blank 19:06

0.000Air Blank 19:08

# 2 0.061Subject Sample 19:09

2.085Breath Volume 19:09

0.000Air Blank 19:09

0.081Control Test 19:10

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 12/21/2022 12:54

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2211/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

23:44

Orange County SO

MATIAS,ROLANDO

05/05/2024

07622080A3

Apopka PD

DENSON,TRAVIS,W

MICOURT

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

# 1Subject Sample 01:13 No Sample Provided

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2Subject Sample 01:19 No Sample Provided

0.000Breath Volume 01:19

0.000Air Blank 01:19

0.082Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 12/21/2022 12:54

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:1811/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:52

Orange County SO

GISSENDANER,JEFFERY

05/05/2024

07622080A3

Orlando PD

KOSH,TOBI,J

DAVIS

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.082Control Test 21:36

0.000Air Blank 21:37

# 1 0.150Subject Sample 21:37

2.976Breath Volume 21:37

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.138Subject Sample 21:40

2.562Breath Volume 21:40

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 12/21/2022 12:54

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0911/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:22

Orange County SO

DESCHRYVER,KYLE

05/05/2024

07622080A3

Orlando PD

DENSON,TRAVIS,W

WILLIAMS

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.081Control Test 05:01

0.000Air Blank 05:02

# 1 0.185Subject Sample 05:03

1.222Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:05

# 2 0.179Subject Sample 05:06

1.296Breath Volume 05:06

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 12/21/2022 12:54

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2911/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:09

Orange County SO

URBANSKI,ZACHARY

05/05/2024

07622080A3

Orlando PD

KOSH,TOBI,J

BRYANT JR

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.082Control Test 03:44

0.000Air Blank 03:45

# 1 0.208Subject Sample 03:46

1.175Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.206Subject Sample 03:49

1.445Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 12/21/2022 12:54

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:5411/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:32

Orange County SO

SHIPLEY,DANIEL

05/05/2024

07622080A3

Winter Garden PD

KOSH,TOBI,J

SPIVY

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.081Control Test 19:48

0.000Air Blank 19:49

# 1Subject Sample 19:49 Subject Test Refused

0.000Breath Volume 19:49

0.000Air Blank 19:49

0.081Control Test 19:50

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 12/21/2022 12:54

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:1711/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:32

Orange County SO

WALLACE,TIMOTHY

05/05/2024

07622080A3

Apopka PD

EVANS,AUSTIN,T

DRIGPAUL

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.082Control Test 19:49

0.000Air Blank 19:49

# 1 0.201Subject Sample 19:51

1.179Breath Volume 19:51

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.185Subject Sample 19:54

2.277Breath Volume 19:54

0.000Air Blank 19:55

0.079Control Test 19:55

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 12/21/2022 12:54

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:18:1611/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:48

09:52

Orange County SO

ESPAILLAT,LIANA

05/05/2024

07622080A3

Apopka PD

KOSH,TOBI,J

PEREZ PEREZ

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:12

0.000Air Blank 11:12

0.081Control Test 11:12

0.000Air Blank 11:13

# 1 0.161Subject Sample 11:13

1.269Breath Volume 11:13

0.000Air Blank 11:14

0.000Air Blank 11:16

# 2 0.160Subject Sample 11:16

1.328Breath Volume 11:16

0.000Air Blank 11:17

0.080Control Test 11:17

0.000Air Blank 11:18

OKDiagnostics Check 11:18

Data Download Date/Time: 12/21/2022 12:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:1511/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:00

Orange County SO

TORRES,JOSUE

05/05/2024

07622080A3

Orlando PD

EVANS,AUSTIN,T

BURGET

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.081Control Test 00:38

0.000Air Blank 00:39

# 1 0.159Subject Sample 00:39

3.292Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.157Subject Sample 00:42

4.175Breath Volume 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 12/21/2022 12:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3411/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:11

Orange County SO

URBANSKI,ZACHARY

05/05/2024

07622080A3

Orlando PD

DENSON,TRAVIS,W

GEORGE

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:50

# 1 0.192Subject Sample 03:52

1.242Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.180Subject Sample 03:55

1.832Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 12/21/2022 12:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:0211/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

23:10

Orange County SO

URBANSKI,ZACHARY

05/05/2024

07622080A3

Orlando PD

DENSON,TRAVIS,W

CHRISTIAN

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.081Control Test 23:54

0.000Air Blank 23:54

# 1 0.168Subject Sample 23:55

1.765Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.175Subject Sample 23:58

1.875Breath Volume 23:58

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 00:00

Data Download Date/Time: 12/21/2022 12:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0311/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:42

Orange County SO

TORRES,JOSUE

05/05/2024

07622080A3

Orlando PD

EVANS,AUSTIN,T

TAMAYO

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.080Control Test 00:28

0.000Air Blank 00:28

# 1 0.208Subject Sample 00:31

1.546Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.196Subject Sample 00:34

1.308Breath Volume 00:34

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:36

Data Download Date/Time: 12/21/2022 12:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1611/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:33

Orange County SO

GORDON,CURTIS

05/05/2024

07622080A3

FHP Troop D

DENSON,TRAVIS,W

SANTIAGOORTIZ

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.144Subject Sample 04:23

1.257Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:25

# 2 0.146Subject Sample 04:26

1.812Breath Volume 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 12/21/2022 12:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:5411/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

20:59

Orange County SO

CAMPBELL,CRAIG

05/05/2024

07622080A3

Winter Park PD

KOSH,TOBI,J

PRITCHETT

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.081Control Test 22:14

0.000Air Blank 22:14

# 1 0.145Subject Sample 22:15

1.148Breath Volume 22:15

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.151Subject Sample 22:18

2.175Breath Volume 22:18

0.000Air Blank 22:18

0.080Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 12/21/2022 13:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:4311/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:22

Orange County SO

RODRIGUEZ,CHRISTIAN

05/05/2024

07622080A3

OTHER Local

RODRIGUEZ,MICHAEL,J

VILLAVILLANUEVA

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:36

0.000Air Blank 06:37

0.082Control Test 06:37

0.000Air Blank 06:37

# 1 0.108Subject Sample 06:38

2.238Breath Volume 06:38

0.000Air Blank 06:38

0.000Air Blank 06:40

# 2 0.106Subject Sample 06:41

2.968Breath Volume 06:41

0.000Air Blank 06:41

0.080Control Test 06:42

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 12/21/2022 13:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3511/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:16

Orange County SO

AMARAL,WILKER

05/05/2024

07622080A3

FHP Troop D

KOSH,TOBI,J

CAICEDO

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.082Control Test 03:14

0.000Air Blank 03:14

# 1 0.163Subject Sample 03:15

3.285Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.170Subject Sample 03:17

3.468Breath Volume 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 12/21/2022 13:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:2211/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

19:39

Orange County SO

GIBSON,CASEY

05/05/2024

07622080A3

Apopka PD

EVANS,AUSTIN,T

WHITMAN

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.082Control Test 20:56

0.000Air Blank 20:56

# 1 0.100Subject Sample 20:57

2.035Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.096Subject Sample 21:00

1.996Breath Volume 21:00

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 12/21/2022 13:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:3811/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:59

Orange County SO

SPENCER,JOHN

05/05/2024

07622080A3

Orange County SO

DENSON,TRAVIS,W

MANGUAL

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.081Control Test 04:40

0.000Air Blank 04:40

# 1 0.118Subject Sample 04:41

2.613Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.120Subject Sample 04:44

2.195Breath Volume 04:44

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 12/21/2022 13:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:5811/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:09

Orange County SO

STOWE,NICHOLAS

05/05/2024

07622080A3

Orange County SO

DENSON,TRAVIS,W

BYRD

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:05

# 1 0.090Subject Sample 05:09 Volume Not Met

0.753Breath Volume 05:09

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.092Subject Sample 05:12

1.722Breath Volume 05:12

0.000Air Blank 05:12

0.000Air Blank 05:14

# 3 0.090Subject Sample 05:15

1.898Breath Volume 05:15

0.000Air Blank 05:16

0.079Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 12/21/2022 13:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:4811/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:05

Orange County SO

LIESENFELT,JASON

05/05/2024

07622080A3

Orange County SO

KOSH,TOBI,J

FRANCE

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.081Control Test 01:52

0.000Air Blank 01:52

# 1Subject Sample 01:55 No Sample Provided

0.000Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2Subject Sample 02:01 No Sample Provided

0.000Breath Volume 02:01

0.000Air Blank 02:01

0.081Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 12/21/2022 13:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:0311/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:21

Orange County SO

CHRISTOPHER,NICHOLAS

05/05/2024

07622080A3

FHP Troop D

KOSH,TOBI,J

TRAN

11/15/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.080Control Test 21:23

0.000Air Blank 21:24

# 1 0.285Subject Sample 21:24

3.117Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:26

# 2 0.289Subject Sample 21:27

3.304Breath Volume 21:27

0.000Air Blank 21:28

0.079Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:29

Data Download Date/Time: 12/21/2022 13:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0411/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:50

Rockledge PD

BAUERNFEIND,BRANDON

04/28/2025

402367487

Rockledge PD

BAUERNFEIND,BRANDON,M

MEUNIER

10/21/2022

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

# 1Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:32

Data Download Date/Time: 11/14/2022 07:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:5811/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:35

Brevard County SO

WILLIAMS,AARON

04/28/2025

402367487

Brevard County SO

NEILL,MICHAEL,A

FLORES

10/21/2022

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

# 1 0.202Subject Sample 04:15

2.605Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.209Subject Sample 04:18

3.031Breath Volume 04:18

0.000Air Blank 04:19

0.080Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 11/14/2022 07:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:0811/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:52

Rockledge PD

SCHALLON,CHRISTIAN

04/28/2025

402367487

Rockledge PD

BAUERNFEIND,BRANDON,M

DANIELS

10/21/2022

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

# 1Subject Sample 21:36 Subject Test Refused

0.000Breath Volume 21:36

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 11/14/2022 07:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0311/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

03:03

Rockledge PD

DERISE,VINNIE

04/28/2025

402367487

Rockledge PD

PENDER,DEREK,A

SIMMONS

11/14/2022

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:16

Data Download Date/Time: 12/14/2022 07:47

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:3011/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:54

Cocoa PD

BRUNING,K

04/28/2025

402367487

Cocoa PD

BENITEZ-SIFONTES,RAFAEL,A

WASHINGTON

11/14/2022

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.079Control Test 19:28

0.000Air Blank 19:28

# 1Subject Sample 19:31 No Sample Provided

0.000Breath Volume 19:31

0.000Air Blank 19:32

0.000Air Blank 19:34

# 2Subject Sample 19:35 Subject Test Refused

0.000Breath Volume 19:35

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 12/14/2022 07:47

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:2211/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:49

Brevard County SO

WILLIAMS,AARON

02/10/2025

402357111

Brevard County SO

NEILL,MICHAEL,A

BRINKLEY

10/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.081Control Test 21:50

0.000Air Blank 21:50

# 1 0.000Subject Sample 21:51

2.128Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.000Subject Sample 21:55

2.472Breath Volume 21:55

0.000Air Blank 21:55

0.081Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 11/28/2022 11:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5811/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:38

Melbourne PD

HOPKINS,ROBERT

02/10/2025

402357111

Brevard County SO

SUDMAN,BAYLEE,

KEEL

10/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.081Control Test 02:16

0.000Air Blank 02:16

# 1 0.198Subject Sample 02:17

2.558Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.193Subject Sample 02:20

2.882Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 11/28/2022 11:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:4711/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:04

Melbourne PD

ARSHAD,MAKAIL

02/10/2025

402357111

Melbourne PD

SUDMAN,BAYLEE,

AUNG

10/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

# 1 0.226Subject Sample 18:51 Volume Not Met

0.097Breath Volume 18:51

Air Blank 18:51 Purge Fail

0.000Air Blank 18:52

Data Download Date/Time: 11/28/2022 11:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:2511/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:04

Melbourne PD

ARSHAD,MAKAIL

02/10/2025

402357111

Melbourne PD

SUDMAN,BAYLEE,

AUNG

10/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:54

0.000Air Blank 18:55

0.079Control Test 18:55

0.000Air Blank 18:56

# 1Subject Sample 18:57 Subject Test Refused

0.121Breath Volume 18:57

0.000Air Blank 18:58

0.080Control Test 18:58

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 11/28/2022 11:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:53:2411/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

11:53

Melbourne PD

WHEELER,JASON

02/10/2025

402357111

West Melbourne PD

OTTO,ALISON,

GREEK

10/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:42

0.000Air Blank 12:42

0.080Control Test 12:42

0.000Air Blank 12:43

# 1Subject Sample 12:46 No Sample Provided

0.000Breath Volume 12:46

0.000Air Blank 12:47

0.000Air Blank 12:48

# 2Subject Sample 12:52 No Sample Provided

0.000Breath Volume 12:52

0.000Air Blank 12:52

0.065Control Test 12:52 Control Outside Tolerance

0.000Air Blank 12:53

Data Download Date/Time: 11/28/2022 11:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:3911/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:04

Melbourne PD

PAULSGRAF,ANTHONY

02/10/2025

402357111

Melbourne PD

VAZQUEZ,ANDREW,

LOPEZ CRUZ

10/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.080Control Test 04:37

0.000Air Blank 04:37

# 1 0.156Subject Sample 04:41 Volume Not Met

0.425Breath Volume 04:41

Air Blank 04:41 Purge Fail

Air Blank 04:42 Purge Fail

Data Download Date/Time: 11/28/2022 11:23

02 February 2023

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:0411/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:04

Melbourne PD

PAULSGRAF,ANTHONY

02/10/2025

402357111

Melbourne PD

VAZQUEZ,ANDREW,

LOPEZ CRUZ

10/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.080Control Test 04:45

0.000Air Blank 04:45

# 1 0.155Subject Sample 04:49 Volume Not Met

0.972Breath Volume 04:49

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2Subject Sample 04:51 Subject Test Refused

0.000Breath Volume 04:51

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:53

Data Download Date/Time: 11/28/2022 11:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:5711/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:42

Melbourne PD

PAULSGRAF,ANTHONY

02/10/2025

402357111

Melbourne PD

VAZQUEZ,ANDREW,

YOUNG

11/23/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.081Control Test 22:16

0.000Air Blank 22:16

# 1 0.000Subject Sample 22:19 Volume Not Met

0.183Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2Subject Sample 22:25 No Sample Provided

0.000Breath Volume 22:25

0.000Air Blank 22:26

0.081Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 12/29/2022 07:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:25:4511/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:50

11:10

Melbourne PD

OTTO,ALISON

02/10/2025

402357111

Melbourne PD

OTTO,ALISON,

SIMPLICE

11/23/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:14

0.000Air Blank 12:14

0.082Control Test 12:15

0.000Air Blank 12:15

# 1Subject Sample 12:18 No Sample Provided

0.000Breath Volume 12:18

0.000Air Blank 12:19

0.000Air Blank 12:21

# 2Subject Sample 12:24 No Sample Provided

0.000Breath Volume 12:24

0.000Air Blank 12:24

0.082Control Test 12:25

0.000Air Blank 12:25

OKDiagnostics Check 12:25

Data Download Date/Time: 12/29/2022 07:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:2211/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:47

Indian Harbour Beach

WHALEY,BRYAN

12/05/2021

28719080A1

Indian Harbour Beach

PINSKER,JOSEPH,A

TAYLOR

10/20/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.081Control Test 22:11

0.000Air Blank 22:11

# 1 0.080Subject Sample 22:13

1.156Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:15

# 2 0.079Subject Sample 22:16

1.199Breath Volume 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 12/15/2022 08:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:0811/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:50

Indian Harbour Beach

GRAHAM,EMMA

12/05/2023

211583

Satellite Beach PD

GRAHAM,EMMA,

MCCLARNEY

10/20/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.084Control Test 21:25

0.000Air Blank 21:26

# 1 0.105Subject Sample 21:26

2.644Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.107Subject Sample 21:29

2.054Breath Volume 21:29

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 12/15/2022 08:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:0011/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

03:31

Indian Harbour Beach

ADAMS,ROBERT

12/05/2021

28719080A1

Melbourne PD

PINSKER,JOSEPH,A

FLEMING

10/20/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.082Control Test 04:26

0.000Air Blank 04:26

# 1 0.000Subject Sample 04:27

2.011Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.000Subject Sample 04:30

2.519Breath Volume 04:30

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:32

Data Download Date/Time: 12/15/2022 08:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:2311/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

16:51

Melbourne PD

OTTO,ALISON

12/05/2023

28719080A1

Melbourne PD

OTTO,ALISON,

BUTLER

10/20/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:11

0.000Air Blank 18:11

0.080Control Test 18:11

0.000Air Blank 18:12

# 1 0.000Subject Sample 18:15

1.378Breath Volume 18:15

0.000Air Blank 18:15

0.000Air Blank 18:17

# 2 0.000Subject Sample 18:20

1.128Breath Volume 18:20

0.000Air Blank 18:20

0.077Control Test 18:20

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 12/15/2022 08:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:1711/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:44

Indian Harbour Beach

CHAMBERLAIN,J

12/05/2023

28719080A1

Brevard County SO

NEWMAN,WILLIAM,E

BRADLEY

10/20/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.082Control Test 03:41

0.000Air Blank 03:41

# 1 0.000Subject Sample 03:42

2.097Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.000Subject Sample 03:45

1.636Breath Volume 03:45

0.000Air Blank 03:45

0.080Control Test 03:45 Interferent Detect

0.000Air Blank 03:46

Data Download Date/Time: 12/15/2022 08:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:42:1611/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:12

12:12

Satellite Beach PD

WHITE,CHRISTOPHER

12/05/2021

28719080A1

Satellite Beach PD

WHITE,CHRISTOPHER,J

GERKEN

10/20/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:40

0.000Air Blank 12:41

0.080Control Test 12:41 Interferent Detect

0.000Air Blank 12:42

Data Download Date/Time: 12/15/2022 08:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:49:5911/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:12

12:12

Satellite Beach PD

WHITE,CHRISTOPHER

12/05/2021

28719080A1

Satellite Beach PD

WHITE,CHRISTOPHER,J

GERKEN

10/20/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:43

0.000Air Blank 12:44

0.079Control Test 12:44

0.000Air Blank 12:44

# 1 0.047Subject Sample 12:45

3.796Breath Volume 12:45

0.000Air Blank 12:46

0.000Air Blank 12:47

# 2 0.048Subject Sample 12:48

4.203Breath Volume 12:48

0.000Air Blank 12:49

0.084Control Test 12:49

0.000Air Blank 12:49

OKDiagnostics Check 12:49

Data Download Date/Time: 12/15/2022 08:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:0211/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:16

Brevard County SO

MIRANDA,JAVIER

11/05/2023

25721080A2

Cocoa Beach PD

FARRAGHER,THOMAS,J

MILEY

10/11/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.079Control Test 19:42

0.000Air Blank 19:42

# 1 0.104Subject Sample 19:43

1.191Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.111Subject Sample 19:46

2.324Breath Volume 19:46

0.000Air Blank 19:47

0.076Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:48

Data Download Date/Time: 11/28/2022 10:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:5011/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

20:17

Brevard County SO

HOWARD,WILLIAM

11/05/2023

25721080A2

Brevard County SO

HOWARD,WILLIAM,

GONZALEZ PADILLA

10/11/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.080Control Test 20:53

0.000Air Blank 20:54

# 1 0.144Subject Sample 20:55

1.765Breath Volume 20:55

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.134Subject Sample 20:58

1.492Breath Volume 20:58

0.000Air Blank 20:58

0.080Control Test 20:59

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 11/28/2022 10:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:4611/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:22

Palm Bay PD

STEPP,V

12/05/2023

28021080A3

Palm Bay PD

STEPP,V,

MCCAIN III

11/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.081Control Test 21:30

0.000Air Blank 21:30

# 1 0.138Subject Sample 21:31

3.167Breath Volume 21:31

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.143Subject Sample 21:34

3.839Breath Volume 21:34

0.000Air Blank 21:34

0.079Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 12/06/2022 09:03

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3711/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:55

Seminole County SO

MATEO,Y

01/06/2024

1433248

Sanford PD

CHINEA,TAMY,

NOBLES

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

# 1 0.203Subject Sample 02:47

1.703Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.224Subject Sample 02:50

2.425Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 3 0.216Subject Sample 02:54

2.332Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 11/24/2022 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:4711/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:00

Seminole County SO

CABRERA,D

01/06/2024

1433248

Seminole County SO

CHINEA,TAMY,

VILLEGAS RODRIGUEZ

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

# 1 0.000Subject Sample 03:16

2.582Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.000Subject Sample 03:19

1.718Breath Volume 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 11/24/2022 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:2211/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

01:28

Seminole County SO

NELSON,CARIE

01/06/2024

1433248

Sanford PD

CHINEA,TAMY,

SANTALIZ

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

# 1 0.233Subject Sample 03:26

2.062Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.223Subject Sample 03:29

2.074Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/24/2022 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:5611/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:10

Seminole County SO

MCENTIRE,EZEKIEL

01/06/2024

1433248

Altamonte Springs PD

BETHAM,KEITH,D

PITTMAN

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

# 1 0.173Subject Sample 23:19

2.144Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:21

# 2 0.146Subject Sample 23:25 Volume Not Met

0.425Breath Volume 23:25

0.000Air Blank 23:25

0.000Air Blank 23:27

# 3 0.166Subject Sample 23:29

1.535Breath Volume 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/24/2022 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:3611/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:57

Seminole County SO

RODRIQUEZ,ABIGAIL

01/06/2024

1433248

Maitland PD

BETHAM,KEITH,D

THEADFORD

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

# 1 0.131Subject Sample 02:52

1.644Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.130Subject Sample 02:56

1.136Breath Volume 02:56

0.000Air Blank 02:56

0.079Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:5211/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:43

Seminole County SO

BLAZINA,MEGAN

01/06/2024

1433248

Seminole County SO

BETHAM,KEITH,D

HERNANDEZ

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:47

# 1 0.123Subject Sample 03:48

1.769Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.128Subject Sample 03:52

1.914Breath Volume 03:52

0.000Air Blank 03:52

0.079Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:0211/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:27

Seminole County SO

KAISER,DAVID

01/06/2024

1433248

Sanford PD

BETHAM,KEITH,D

ROBBINS

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:48

# 2 0.223Subject Sample 23:50

1.464Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 3 0.173Subject Sample 23:55 Volume Not Met

0.113Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:58

# 1 0.184Subject Sample 00:01 Volume Not Met

0.132Breath Volume 00:01

0.000Air Blank 00:02

0.078Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:03

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:0811/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:27

Seminole County SO

KAISER,DAVID

01/06/2024

1433248

Sanford PD

BETHAM,KEITH,D

ROBBINS

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.078Control Test 00:05

0.000Air Blank 00:05

# 1 0.192Subject Sample 00:08 Volume Not Met

0.304Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.174Subject Sample 00:14 Volume Not Met

0.050Breath Volume 00:14

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:0711/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:30

Seminole County SO

LEWIS,PAYTON

01/06/2024

1433248

Sanford PD

BETHAM,KEITH,D

WILLIAMS

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

# 1 0.153Subject Sample 02:02 Volume Not Met

0.769Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.165Subject Sample 02:06

1.371Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 3 0.162Subject Sample 02:11

1.339Breath Volume 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:5511/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

19:12

Lake Mary PD

MATEO,Y

01/06/2024

1433248

Sanford PD

VANROMPA,V,

SANTIAGO VAZQUEZ

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.080Control Test 20:12

0.000Air Blank 20:12

# 1 0.109Subject Sample 20:15 Volume Not Met

0.085Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.169Subject Sample 20:21 Volume Not Met

0.093Breath Volume 20:21

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5111/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

22:01

Lake Mary PD

DIAL,V

01/06/2024

1433248

Altamonte Springs PD

VANROMPA,V,

BIRMINGHAM

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

# 1 0.140Subject Sample 00:58

1.835Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.135Subject Sample 01:01

2.050Breath Volume 01:01

0.000Air Blank 01:01

0.080Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:1511/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:53

Lake Mary PD

RAMIREZ,D

01/06/2024

1433248

Casselberry PD

VANROMPA,V,

PIZZULLI

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

# 1 0.176Subject Sample 04:10

1.968Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.174Subject Sample 04:13

2.445Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:09:2711/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:00

Altamonte Springs PD

MORRISSEY,ZACHARY

01/06/2024

1433248

Altamonte Springs PD

MORRISSEY,ZACHARY,M

MORRISON

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:03

0.000Air Blank 17:03

0.080Control Test 17:04

0.000Air Blank 17:04

# 1 0.000Subject Sample 17:05

1.332Breath Volume 17:05

0.000Air Blank 17:05

0.000Air Blank 17:07

# 2 0.000Subject Sample 17:08

1.843Breath Volume 17:08

0.000Air Blank 17:08

0.078Control Test 17:08

0.000Air Blank 17:09

OKDiagnostics Check 17:09

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4411/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:14

Seminole County SO

ALLEY,BROOKE

01/06/2024

1433248

Seminole County SO

UCELO,BRYAN,

HARKNESS

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

# 1 0.159Subject Sample 02:22

2.214Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.133Subject Sample 02:25

1.320Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 3 0.138Subject Sample 02:28

1.453Breath Volume 02:28

0.000Air Blank 02:28

0.077Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1211/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

17:50

Seminole County SO

JAMES,JOHANN

01/06/2024

1433248

Casselberry PD

BETHAM,KEITH,D

WINGARD

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.080Control Test 01:36

0.000Air Blank 01:36

# 1 0.073Subject Sample 01:37

3.109Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.070Subject Sample 01:40

3.324Breath Volume 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:4111/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:38

Seminole County SO

MASSIP,LEONARDO

01/06/2024

1433248

Oviedo PD

BERRIOS,STEPHANIE,A

CARTER

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.080Control Test 04:35

0.000Air Blank 04:35

# 1 0.185Subject Sample 04:36

1.519Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.186Subject Sample 04:39

2.773Breath Volume 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 11/24/2022 00:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:4811/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:12

Lake Mary PD

PACHECO,M

01/06/2024

1433248

Seminole County SO

VANROMPA,V,

MELTON

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:08

0.000Air Blank 06:09

0.080Control Test 06:09

0.000Air Blank 06:09

# 1 0.183Subject Sample 06:11

1.363Breath Volume 06:11

0.000Air Blank 06:11

0.000Air Blank 06:13

# 2 0.177Subject Sample 06:14

1.441Breath Volume 06:14

0.000Air Blank 06:14

0.079Control Test 06:15

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:2811/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:24

Seminole County SO

VAN ROMPA,VITO

01/06/2024

1433248

Lake Mary PD

CHINEA,TAMY,

MARTINEZ

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:57

# 1 0.130Subject Sample 23:01 Volume Not Met

0.578Breath Volume 23:01

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.132Subject Sample 23:04

2.324Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 3 0.124Subject Sample 23:07

2.070Breath Volume 23:07

0.000Air Blank 23:08

0.078Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:39:1411/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:07

13:19

Sanford PD

GONZALEZ,E

01/06/2024

1433248

Seminole County SO

HILL,SEAN,

OWEN

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:27

0.000Air Blank 14:28

0.079Control Test 14:28

0.000Air Blank 14:29

# 1Subject Sample 14:32 No Sample Provided

0.000Breath Volume 14:32

0.000Air Blank 14:32

0.000Air Blank 14:34

# 2Subject Sample 14:37 No Sample Provided

0.000Breath Volume 14:37

0.000Air Blank 14:38

0.080Control Test 14:38

0.000Air Blank 14:39

OKDiagnostics Check 14:39

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:3511/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

15:58

Altamonte Springs PD

MORRISSEY,ZACHARY

01/06/2024

1433248

Altamonte Springs PD

MORRISSEY,ZACHARY,M

QUINTANA

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:22

# 1 0.000Subject Sample 20:23

1.101Breath Volume 20:23

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.000Subject Sample 20:26

1.246Breath Volume 20:26

0.000Air Blank 20:26

0.078Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0811/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:31

Seminole County SO

PONDER,C.M.

01/06/2024

1433248

FHP Troop D

CHINEA,TAMY,

KIRKWOOD

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:35

# 1 0.161Subject Sample 03:36

2.660Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.158Subject Sample 03:40

2.585Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:37:0711/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

12:10

11:32

Seminole County SO

MAXWELL,CHRISTINA

01/06/2024

1433248

Seminole County SO

GARCIA,RAY,

TARO

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:30

0.000Air Blank 12:31

0.079Control Test 12:31

0.000Air Blank 12:32

# 1 0.175Subject Sample 12:32

3.136Breath Volume 12:32

0.000Air Blank 12:33

0.000Air Blank 12:35

# 2 0.175Subject Sample 12:35

3.203Breath Volume 12:35

0.000Air Blank 12:36

0.080Control Test 12:36

0.000Air Blank 12:37

OKDiagnostics Check 12:37

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1511/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:20

Seminole County SO

MACTYE,DOUGLAS

01/06/2024

1433248

Seminole County SO

BERRIOS,STEPHANIE,A

GAY

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

# 1 0.096Subject Sample 00:52

2.656Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.095Subject Sample 00:55

2.464Breath Volume 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4211/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:42

Seminole County SO

PONDER,CHRISTOPHER

01/06/2024

1433248

FHP Troop D

BERRIOS,STEPHANIE,A

LAPPIN

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:24

# 1 0.138Subject Sample 02:25

3.277Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.134Subject Sample 02:28

3.308Breath Volume 02:28

0.000Air Blank 02:28

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:4911/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:09

Seminole County SO

BLAZINA,MEGAN

01/06/2024

1433248

Seminole County SO

BERRIOS,STEPHANIE,A

MONTOYA

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

# 1 0.158Subject Sample 02:52

2.046Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.149Subject Sample 02:55

2.359Breath Volume 02:55

0.000Air Blank 02:55

0.078Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 11/24/2022 00:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:4211/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

12:30

Seminole County SO

HICKS,J

01/06/2024

1433248

Casselberry PD

UCELO,BRYAN,

THOMAS

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:59

0.000Air Blank 18:59

0.080Control Test 18:59

0.000Air Blank 19:00

# 1 0.000Subject Sample 19:00

1.480Breath Volume 19:00

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.000Subject Sample 19:05

1.582Breath Volume 19:05

0.000Air Blank 19:05

0.080Control Test 19:06

0.000Air Blank 19:06

OKDiagnostics Check 19:06

Data Download Date/Time: 11/24/2022 01:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:5711/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:23

Seminole County SO

SACCENTE,LYNN

01/06/2024

1433248

Winter Springs PD

CHINEA,TAMY,

MASON

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

# 1 0.079Subject Sample 04:32

1.179Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.069Subject Sample 04:36

1.476Breath Volume 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 11/24/2022 01:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:4511/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:26

Seminole County SO

CANADY,C

01/06/2024

1433248

Seminole County SO

CHINEA,TAMY,

PHILLIPPE

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:14

# 1 0.190Subject Sample 00:16

2.718Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.186Subject Sample 00:20

2.246Breath Volume 00:20

0.000Air Blank 00:20

0.079Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 11/24/2022 01:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:4911/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:32

14:03

Lake Mary PD

PAEZ,MICHAEL

01/06/2024

1433248

Seminole County SO

NOLAND,THOMAS,E

ALAVA

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:56

0.000Air Blank 14:57

0.080Control Test 14:57

0.000Air Blank 14:58

# 1 0.311Subject Sample 14:59

1.238Breath Volume 14:59

0.000Air Blank 15:00

0.000Air Blank 15:01

# 2Subject Sample 15:05 No Sample Provided

0.000Breath Volume 15:05

0.000Air Blank 15:05

0.000Air Blank 15:07

# 3 0.305Subject Sample 15:10

1.496Breath Volume 15:10

0.000Air Blank 15:10

0.079Control Test 15:11

0.000Air Blank 15:11

OKDiagnostics Check 15:11

Data Download Date/Time: 11/24/2022 01:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:4011/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:27

Seminole County SO

GUSTAFSON,Z

01/06/2024

1433248

Seminole County SO

CHINEA,TAMY,

LENHARDT

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.079Control Test 22:27

0.000Air Blank 22:28

# 1Subject Sample 22:29 Subject Test Refused

0.000Breath Volume 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 11/24/2022 01:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:0711/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:27

Seminole County SO

GUSTAFSON,Z

01/06/2024

1433248

Seminole County SO

CHINEA,TAMY,

LENHARDT

10/18/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.079Control Test 22:35

0.000Air Blank 22:35

# 1 0.182Subject Sample 22:38 Volume Not Met

0.035Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.197Subject Sample 22:44 Volume Not Met

0.058Breath Volume 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 11/24/2022 01:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:3711/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:50

Seminole County SO

DIAL,VICTORIA

01/06/2024

1433248

Altamonte Springs PD

CHINEA,TAMY,

TOURVILLE

11/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:40

# 1 0.124Subject Sample 01:40

2.285Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.125Subject Sample 01:44

2.058Breath Volume 01:44

0.000Air Blank 01:44

0.079Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 01/02/2023 23:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:06:5611/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

07:03

Lake Mary PD

CHARLES,JEANTRY

01/06/2024

1433248

Sanford PD

NOLAND,THOMAS,E

MATA

11/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:58

0.000Air Blank 07:58

0.079Control Test 07:59

0.000Air Blank 07:59

# 1 0.116Subject Sample 08:01

1.898Breath Volume 08:01

0.000Air Blank 08:02

0.000Air Blank 08:04

# 2 0.116Subject Sample 08:05

1.554Breath Volume 08:05

0.000Air Blank 08:06

0.078Control Test 08:06

0.000Air Blank 08:06

OKDiagnostics Check 08:06

Data Download Date/Time: 01/02/2023 23:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:0711/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:50

Seminole County SO

PRICE,CHASE

01/06/2024

1433248

Seminole County SO

BERRIOS,STEPHANIE,A

VELAZQUEZ LOZADA

11/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

# 1 0.180Subject Sample 02:48

4.285Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.168Subject Sample 02:51

3.644Breath Volume 02:51

0.000Air Blank 02:52

0.078Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/02/2023 23:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:4511/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:01

Seminole County SO

ALLEY,BROIKE

01/06/2024

1433248

Seminole County SO

BETHAM,KEITH,D

DENNIS

11/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:12

# 1Subject Sample 04:15 No Sample Provided

0.000Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2Subject Sample 04:20 Subject Test Refused

0.000Breath Volume 04:20

0.000Air Blank 04:20

0.079Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 01/02/2023 23:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:0411/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:41

Seminole County SO

RODRIGUEZ,A

01/06/2024

1433248

Maitland PD

BETHAM,KEITH,D

HARRIS

11/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.079Control Test 05:02

0.000Air Blank 05:02

# 1 0.175Subject Sample 05:05 Volume Not Met

0.070Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.166Subject Sample 05:09

2.007Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:12

# 3 0.176Subject Sample 05:13

1.917Breath Volume 05:13

0.000Air Blank 05:14

0.079Control Test 05:14

0.000Air Blank 05:14

OKDiagnostics Check 05:15

Data Download Date/Time: 01/02/2023 23:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5911/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:40

Seminole County SO

RODRIGUEZ,EMMANUEL

01/06/2024

1433248

Altamonte Springs PD

BETHAM,KEITH,D

RUIZ JR

11/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.075Control Test 03:41

0.000Air Blank 03:42

# 1 0.110Subject Sample 03:42

2.929Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.113Subject Sample 03:45

2.953Breath Volume 03:45

0.000Air Blank 03:46

0.078Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 01/02/2023 23:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4911/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:18

Seminole County SO

SCHMEIDER,N

01/06/2024

1433248

FHP Troop D

CHINEA,TAMY,

PERRY

11/23/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

# 1 0.104Subject Sample 04:07

2.550Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.098Subject Sample 04:10

2.449Breath Volume 04:10

0.000Air Blank 04:10

0.079Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 01/02/2023 23:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:1111/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:44

Pinellas County SO

MITCHELL,ALEXANDRA

02/28/2024

AG205902

Pinellas County SO

MITCHELL,ALEXANDRA,

RYE

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:49

# 1 0.109Subject Sample 23:50

1.113Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:52

# 2 0.112Subject Sample 23:53

1.527Breath Volume 23:53

0.000Air Blank 23:54

0.079Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 12/08/2022 21:02

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2411/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:31

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

CHURCHILL,CAMERON,P

TATE

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.079Control Test 00:49

0.000Air Blank 00:49

# 1 0.150Subject Sample 00:50

2.496Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:52

# 2 0.157Subject Sample 00:53

2.101Breath Volume 00:53

0.000Air Blank 00:54

0.078Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 12/08/2022 21:02

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:5111/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:16

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

CANAVAN

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:51

0.079Control Test 01:52

Air Blank 01:52 RFI Detect

0.000Air Blank 01:52

Data Download Date/Time: 12/08/2022 21:02

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:1211/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

01:12

Pinellas County SO

LUNDH,K

02/28/2024

AG205902

Pinellas County SO

LUNDH,DEP,K

LASHEEN

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.079Control Test 01:50

0.000Air Blank 01:50

# 1Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.078Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 12/08/2022 21:02

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:1011/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:44

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

FRIEND

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.079Control Test 21:47

0.000Air Blank 21:48

# 1 0.117Subject Sample 21:49

1.234Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:51

# 2 0.118Subject Sample 21:52

1.710Breath Volume 21:52

0.000Air Blank 21:53

0.077Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 12/08/2022 21:02

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:4011/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

04:10

Pinellas County SO

TEMPLE,ELIZABETH

02/28/2024

AG205902

Pinellas County SO

TEMPLE,ELIZABETH,R

CERNEY

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

# 1Subject Sample 04:33 Subject Test Refused

0.000Breath Volume 04:33

0.000Air Blank 04:33

0.078Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 12/08/2022 21:02

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:2311/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:34

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

CHURCHILL,CAMERON,P

HILL

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.078Control Test 23:50

0.000Air Blank 23:51

# 1Subject Sample 23:54 No Sample Provided

0.000Breath Volume 23:54

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2Subject Sample 23:56 RFI Detect

0.000Breath Volume 23:56

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 12/08/2022 21:02

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.


