
80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:4512/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:29

Cocoa PD

MCNAMARA,KYLE

11/05/2023

25721080A2

Cocoa PD

LIND,CHRISTIAN,G

HERRERA DOMINGO

11/18/2022

8100.27

COCOA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:05

# 1 0.231Subject Sample 03:07

1.179Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.246Subject Sample 03:10

1.867Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 12/13/2022 14:10

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:3912/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:40

Pinellas County SO

TEMPLE,ELIZABETH

02/28/2024

AG205902

Pinellas County SO

TEMPLE,ELIZABETH,R

ROSE

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

# 1 0.168Subject Sample 00:04

2.800Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2Subject Sample 00:07 Slope Not Met

1.199Breath Volume 00:07

0.000Air Blank 00:07

0.080Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 12/07/2022 20:14

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:1412/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:40

Pinellas County SO

TEMPLE,ELIZABETH

02/28/2024

AG205902

Pinellas County SO

TEMPLE,ELIZABETH,R

ROSE

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

# 1Subject Sample 00:12 Slope Not Met

1.019Breath Volume 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 12/07/2022 20:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:4612/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:57

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

CONKRIGHT

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:06

# 1Subject Sample 04:06 Subject Test Refused

0.000Breath Volume 04:06

0.000Air Blank 04:06

0.081Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 12/07/2022 20:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:1212/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

23:26

Pinellas County SO

HIRSHMAN,B

02/28/2024

AG205902

Pinellas County SO

HIRSHMAN,B,

NUGENT

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.079Control Test 00:08

0.000Air Blank 00:08

# 1 0.054Subject Sample 00:08

1.613Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.045Subject Sample 00:11

1.761Breath Volume 00:11

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:5412/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

05:15

Pinellas County SO

BLAKE,LEVI

02/28/2024

AG205902

Pinellas County SO

BLAKE,LEVI,S

MCCONNELL

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:19

0.080Control Test 05:19

0.000Air Blank 05:20

# 1 0.214Subject Sample 05:20

2.687Breath Volume 05:20

0.000Air Blank 05:21

0.000Air Blank 05:23

# 2Subject Sample 05:24 Slope Not Met

0.691Breath Volume 05:24

0.000Air Blank 05:24

0.080Control Test 05:25

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:4812/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

05:15

Pinellas County SO

BLAKE,LEVI

02/28/2024

AG205902

Pinellas County SO

BLAKE,LEVI,S

MCCONNELL

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.079Control Test 05:28

0.000Air Blank 05:28

# 1 0.211Subject Sample 05:29

1.867Breath Volume 05:29

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2Subject Sample 05:33 Subject Test Refused

0.144Breath Volume 05:33

0.000Air Blank 05:33

0.080Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:2212/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

21:17

Pinellas County SO

TEMPLE,ELIZABETH

02/28/2024

AG205902

Pinellas County SO

TEMPLE,ELIZABETH,R

BRUNO JR

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.080Control Test 21:38

0.000Air Blank 21:39

# 1 0.214Subject Sample 21:39

4.570Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.214Subject Sample 21:42

3.429Breath Volume 21:42

0.000Air Blank 21:43

0.079Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:0712/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:28

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

MARTIN-LORENZO

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.017Subject Sample 00:39

3.839Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.016Subject Sample 00:42

2.527Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:3812/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:24

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

CHURCHILL,CAMERON,P

BRIMLOW

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

# 1 0.200Subject Sample 02:39

1.925Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.201Subject Sample 02:42

1.746Breath Volume 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0512/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

02:07

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

CHURCHILL,CAMERON,P

PATINO BASTIDAS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:20

0.000Air Blank 02:20

# 1Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:22

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:1612/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:34

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

BASS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

# 1 0.251Subject Sample 02:54

2.078Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.240Subject Sample 02:57

1.972Breath Volume 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:4012/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

02:00

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

ABREU AGUASVIVAS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.081Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:5612/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:22

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

COBELO

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.079Control Test 00:40

0.000Air Blank 00:41

# 1Subject Sample 00:41 Subject Test Refused

0.000Breath Volume 00:41

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1512/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:22

Pinellas County SO

HICKS,JASON

02/28/2024

AG205902

Indian Shores PD

ZSIDO,DANIELLE,M

DICKENS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1 0.127Subject Sample 02:44

1.941Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.123Subject Sample 02:47

1.539Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0712/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:07

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

GRIFFIN

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.081Control Test 01:28

0.000Air Blank 01:28

# 1 0.071Subject Sample 01:29

1.835Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.071Subject Sample 01:32

1.562Breath Volume 01:32

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1412/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:45

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

BOLANOS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.081Control Test 02:53

0.000Air Blank 02:53

# 1Subject Sample 02:53 Subject Test Refused

0.000Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:2312/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

22:15

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

PURIC

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:25

0.081Control Test 22:25

Air Blank 22:25 RFI Detect

0.000Air Blank 22:26

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:0712/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:43

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

MORRIS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

# 1Subject Sample 02:00 Subject Test Refused

0.000Breath Volume 02:00

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:5312/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

05:07

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

CHURCHILL,CAMERON,P

CONLEY

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:19

0.081Control Test 05:19

0.000Air Blank 05:20

# 1 0.141Subject Sample 05:20

1.152Breath Volume 05:20

0.000Air Blank 05:21

0.000Air Blank 05:23

# 2 0.142Subject Sample 05:25

1.558Breath Volume 05:25

0.000Air Blank 05:25

0.080Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:0512/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:29

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

HORYSCHUK

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

0.000Air Blank 22:21

# 1Subject Sample 22:21 Subject Test Refused

0.000Breath Volume 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:23

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:4612/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:59

Pinellas County SO

BLAKE,LEVI

02/28/2024

AG205902

Pinellas County SO

BLAKE,LEVI,S

HAVENS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:29

# 1Subject Sample 23:29 Subject Test Refused

0.000Breath Volume 23:29

0.000Air Blank 23:29

0.081Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 01/26/2023 20:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:4512/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:27

Brevard County SO

CORVALAN,JESSICA

11/05/2023

25721080A2

Brevard County SO

FARRAGHER,THOMAS,J

BOWLING

12/30/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.078Control Test 23:48

0.000Air Blank 23:48

# 1 0.237Subject Sample 23:49

2.953Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.236Subject Sample 23:52

2.847Breath Volume 23:52

0.000Air Blank 23:52

0.076Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 01/04/2023 10:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:5512/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:48

Pinellas County SO

HIRSHMAN,B

03/09/2023

AG106803

Pinellas County SO

HIRSHMAN,B,

ROSS

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:14

# 1 0.126Subject Sample 22:15

2.777Breath Volume 22:15

0.000Air Blank 22:16

Air Blank 22:17 RFI Detect

0.000Air Blank 22:17

0.079Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 12/07/2022 21:25

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:1612/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:48

Pinellas County SO

HIRSHMAN,B

03/09/2023

AG106803

Pinellas County SO

HIRSHMAN,B,

ROSS

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.079Control Test 22:47

0.000Air Blank 22:48

# 1 0.117Subject Sample 22:48

2.050Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.121Subject Sample 22:51

2.652Breath Volume 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 12/07/2022 21:25

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:1312/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

01:16

Pinellas County SO

TEMPLE,ELIZABETH

03/09/2023

AG106803

Pinellas County SO

TEMPLE,ELIZABETH,R

LAWSON

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

# 1 0.028Subject Sample 01:28

1.398Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.028Subject Sample 01:31

1.265Breath Volume 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:4612/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:39

Pinellas County SO

CHURCHILL,CAMERON

03/09/2023

AG106803

Pinellas County SO

CHURCHILL,CAMERON,P

GRAFF

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

# 1Subject Sample 22:00 Subject Test Refused

0.000Breath Volume 22:00

0.000Air Blank 22:00

0.079Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2712/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:26

Pinellas County SO

TEMPLE,ELIZABETH

03/09/2023

AG106803

Pinellas County SO

TEMPLE,ELIZABETH,R

GURTNER

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:47

# 1Subject Sample 00:48 Subject Test Refused

0.000Breath Volume 00:48

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:3112/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

21:29

Pinellas County SO

TEMPLE,ELIZABETH

03/09/2023

AG106803

Pinellas County SO

TEMPLE,ELIZABETH,R

REYNOLDS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.079Control Test 21:46

0.000Air Blank 21:46

# 1 0.198Subject Sample 21:47

1.355Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.199Subject Sample 21:50

1.242Breath Volume 21:50

0.000Air Blank 21:51

0.078Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0312/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:44

St. Petersburg PD

CLARK,BRENT

03/09/2023

AG106803

St. Petersburg PD

CLARK,BRENT,D

PHOMAS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.078Control Test 03:12

0.000Air Blank 03:12

# 1Subject Sample 03:16 No Sample Provided

0.000Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2Subject Sample 03:21 No Sample Provided

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:23

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:4812/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:51

Pinellas County SO

ZSIDO,DANIELLE

03/09/2023

AG106803

Pinellas County SO

ZSIDO,DANIELLE,M

MCCARTER

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

# 1Subject Sample 00:06 Subject Test Refused

0.000Breath Volume 00:06

0.000Air Blank 00:06

0.079Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:1412/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:15

Pinellas County SO

HIRSHMAN,B

03/09/2023

AG106803

Pinellas County SO

HIRSHMAN,B,

ADAMS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.079Control Test 01:14

0.000Air Blank 01:14

# 1Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:5112/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:08

Melbourne PD

PEARSON,KEANDRE

11/05/2023

23621080A2

Melbourne PD

SUDMAN,BAYLEE,

GAGNON

11/22/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.217Subject Sample 02:29 Volume Not Met

0.410Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.231Subject Sample 02:32

2.089Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 3 0.226Subject Sample 02:35

1.269Breath Volume 02:35

0.000Air Blank 02:35

0.077Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 12/08/2022 14:50

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:1612/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:43

Indialantic PD

TRIEBELL,DON

11/05/2023

23621080A2

Satellite Beach PD

HOLSTINE,SCOTT,

WENZEL

11/22/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:44

0.079Control Test 20:44

0.000Air Blank 20:44

# 1 0.135Subject Sample 20:45

3.085Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.139Subject Sample 20:48

3.390Breath Volume 20:48

0.000Air Blank 20:49

0.079Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 12/08/2022 14:50

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:2912/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:39

Satellite Beach PD

MCCRANN,SEAN

11/05/2023

211543

Satellite Beach PD

MCCRANN,SEAN,M

HUBBARD

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.000Subject Sample 22:12

1.621Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.000Subject Sample 22:15

2.386Breath Volume 22:15

0.000Air Blank 22:15

0.078Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 01/15/2023 13:55

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4012/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:31

Melbourne PD

SUDMAN,BAYLEE

11/05/2023

23621080A2

Melbourne PD

SUDMAN,BAYLEE,

SCOTT

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

# 1 0.158Subject Sample 02:10

2.292Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.162Subject Sample 02:14

3.050Breath Volume 02:14

0.000Air Blank 02:14

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 01/15/2023 13:55

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4212/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:23

Melbourne PD

LUKE,ANTONIO

11/05/2023

23621080A2

Melbourne PD

SUDMAN,BAYLEE,

ROBERTS

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:22

# 1 0.048Subject Sample 02:23

1.667Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.044Subject Sample 02:26

2.644Breath Volume 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 01/15/2023 13:55

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:2312/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:30

Melbourne PD

VAZQUEZ,ANDREW

11/05/2023

23621080A2

Melbourne PD

VAZQUEZ,ANDREW,

ROONEY

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:09

# 1 0.264Subject Sample 21:10

1.597Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.226Subject Sample 21:14

2.218Breath Volume 21:14

0.000Air Blank 21:15

0.000Air Blank 21:17

# 3 0.248Subject Sample 21:17

1.449Breath Volume 21:17

0.000Air Blank 21:18

0.076Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:2812/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

05:24

Satellite Beach PD

MCCRANN,SEAN

11/05/2023

211543

Satellite Beach PD

MCCRANN,SEAN,M

KAUL

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.080Control Test 05:52

0.000Air Blank 05:52

# 1 0.064Subject Sample 05:53

3.273Breath Volume 05:53

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.063Subject Sample 05:56

3.035Breath Volume 05:56

0.000Air Blank 05:57

0.079Control Test 05:57

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:0812/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

12:40

Indialantic PD

WEBER,DYLAN

11/05/2023

23621080A2

Brevard County SO

MORROW,ADAM,R

PROVITT

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1 0.042Subject Sample 01:36

3.121Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:38

# 2 0.043Subject Sample 01:39

3.707Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:3612/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

17:37

Indialantic PD

KEY,JOSHUA

11/05/2023

23621080A2

Melbourne PD

NIGH,ADAM,R

ROPER

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:17

0.000Air Blank 19:18

0.080Control Test 19:18

0.000Air Blank 19:18

# 1 0.257Subject Sample 19:21

2.535Breath Volume 19:21

0.000Air Blank 19:22

0.000Air Blank 19:23

# 2 0.243Subject Sample 19:25

1.285Breath Volume 19:25

0.000Air Blank 19:25

0.077Control Test 19:25

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2212/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:28

Haines City PD

TURNER,LATORIAN

08/03/2023

1356262

Haines City PD

TURNER,LATORIAN,T

URDANETA MONTEL

12/18/2022

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:05

# 1 0.145Subject Sample 02:06

1.578Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.139Subject Sample 02:08

1.675Breath Volume 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 12/21/2022 06:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:5412/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

04:10

Haines City PD

TURNER,LATORIAN

08/03/2023

1356262

Haines City PD

TURNER,LATORIAN,T

KELLEY

12/18/2022

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.081Control Test 04:38

0.000Air Blank 04:39

# 1 0.184Subject Sample 04:40

1.292Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:42

# 2 0.183Subject Sample 04:43

1.886Breath Volume 04:43

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 12/27/2022 10:33

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:1812/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:49

Haines City PD

TURNER,LATORIAN

08/03/2023

1356262

Haines City PD

TURNER,LATORIAN,T

DUBAZ

12/27/2022

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:27

# 1Subject Sample 23:29 Subject Test Refused

0.000Breath Volume 23:29

0.000Air Blank 23:30

0.081Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 01/05/2023 07:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2112/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

01:37

West Melbourne PD

WILSON,JORDAN

10/05/2022

22620080A2

Melbourne PD

KAPLAN,MICHAEL,J

HARRIS

12/01/2022

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.080Control Test 03:49

0.000Air Blank 03:49

# 1 0.000Subject Sample 03:50

3.343Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.000Subject Sample 03:52

3.230Breath Volume 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 01/07/2023 08:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:3012/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:42

West Melbourne PD

COFRESI,TRAVIS

10/05/2022

22620080A2

West Melbourne PD

KAPLAN,MICHAEL,J

SCHULTZ

12/01/2022

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:47

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

# 1 0.220Subject Sample 18:51 Volume Not Met

0.804Breath Volume 18:51

0.000Air Blank 18:52

0.000Air Blank 18:54

# 2Subject Sample 18:57 No Sample Provided

0.000Breath Volume 18:57

0.000Air Blank 18:57

0.075Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 01/07/2023 08:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2512/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:26

West Melbourne PD

SWEENEY,KEVIN

10/05/2022

22620080A2

West Melbourne PD

KAPLAN,MICHAEL,J

LOPRESTI

12/01/2022

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.081Control Test 01:55

0.000Air Blank 01:55

# 1 0.202Subject Sample 01:57

1.679Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.197Subject Sample 02:00

1.480Breath Volume 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 01/07/2023 08:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4812/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:51

Brevard County SO

0'CONNELL,WILLIAM

03/05/2023

03521080A3

West Melbourne PD

NEILL,MICHAEL,A

VON FRICKEN

12/01/2022

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

# 1 0.000Subject Sample 04:00

1.902Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.000Subject Sample 04:03

1.898Breath Volume 04:03

0.000Air Blank 04:03

0.080Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 01/07/2023 08:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:0512/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:08

16:03

West Melbourne PD

MORRIS,COURTNEY

03/05/2023

03521080A3

Melbourne PD

CASEY,COREY,M

PEREZ

12/01/2022

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:30

0.000Air Blank 17:31

0.081Control Test 17:31

0.000Air Blank 17:32

# 1 0.000Subject Sample 17:32

2.179Breath Volume 17:32

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.000Subject Sample 17:35

2.640Breath Volume 17:35

0.000Air Blank 17:36

0.079Control Test 17:36

0.000Air Blank 17:36

OKDiagnostics Check 17:37

Data Download Date/Time: 01/07/2023 08:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:5512/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

20:39

West Melbourne PD

KAPLAN,MICHAEL

03/05/2023

03521080A3

West Melbourne PD

KAPLAN,MICHAEL,J

VON FRICKEN

12/01/2022

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.080Control Test 22:00

0.000Air Blank 22:00

# 1 0.050Subject Sample 22:01

1.289Breath Volume 22:01

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.050Subject Sample 22:04

1.726Breath Volume 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 01/07/2023 08:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:5112/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:58

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

ROBERTS

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.079Control Test 01:07

0.000Air Blank 01:07

# 1 0.145Subject Sample 01:08

1.203Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.146Subject Sample 01:11

2.082Breath Volume 01:11

0.000Air Blank 01:11

0.078Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 12/28/2022 15:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:1712/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

00:05

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

MYCZKOWSKI

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.079Control Test 00:12

0.000Air Blank 00:13

# 1 0.209Subject Sample 00:13

1.878Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.202Subject Sample 00:16

1.429Breath Volume 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 12/28/2022 15:32

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0012/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:56

Palm Bay PD

NEELY,BRANDON

12/05/2023

28021080A3

Palm Bay PD

MCDONALD,COLE,M

RMIRE

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1 0.186Subject Sample 02:40

1.851Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.152Subject Sample 02:45

1.265Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:47

# 3 0.165Subject Sample 02:48

1.917Breath Volume 02:48

0.000Air Blank 02:49

0.077Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:50

Data Download Date/Time: 12/28/2022 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:2912/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:59

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

WILLIAMS

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.080Control Test 00:10

0.000Air Blank 00:10

# 1 0.099Subject Sample 00:11

2.726Breath Volume 00:11

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.099Subject Sample 00:13

2.257Breath Volume 00:13

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 12/28/2022 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2912/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

02:00

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

OESTERLE

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1 0.116Subject Sample 02:09

1.972Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.117Subject Sample 02:12

1.355Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 12/28/2022 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:1612/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

00:00

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

LUTZ

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:54

0.080Control Test 19:55

0.000Air Blank 19:55

# 1 0.065Subject Sample 19:56

2.640Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.067Subject Sample 19:59

3.050Breath Volume 19:59

0.000Air Blank 20:00

0.079Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 12/28/2022 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2012/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:27

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

CEPEDA

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 12/28/2022 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2212/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

23:18

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

BISHOP

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.081Control Test 23:24

0.000Air Blank 23:25

# 1 0.158Subject Sample 23:25

2.386Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.156Subject Sample 23:28

1.925Breath Volume 23:28

0.000Air Blank 23:29

0.081Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 12/28/2022 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:1012/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:28

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

BROMBERGER

11/23/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:40

# 1 0.124Subject Sample 21:41

2.855Breath Volume 21:41

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.129Subject Sample 21:44

3.335Breath Volume 21:44

0.000Air Blank 21:45

0.080Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 12/28/2022 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:3712/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:12

BREVARD COUNTY SO

BULLARD,SEAN

11/05/2023

25721080A2

COCOA BEACH PD

PATTERSON,TYLER,J

NEWBILL

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

# 1 0.047Subject Sample 01:32

2.035Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.048Subject Sample 01:35

2.101Breath Volume 01:35

0.000Air Blank 01:35

0.079Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 01/04/2023 10:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2412/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:09

BREVARD COUNTY SO

MOORE,J

11/05/2023

25721080A2

BREVARD COUNTY SO

PATTERSON,TYLER,J

STARK

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:48

# 1 0.105Subject Sample 02:48

2.710Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.101Subject Sample 02:51

2.511Breath Volume 02:51

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/04/2023 10:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:0712/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

03:12

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

TOOLE

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.082Control Test 04:22

0.000Air Blank 04:23

# 1 0.216Subject Sample 04:23

1.406Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.211Subject Sample 04:26

1.703Breath Volume 04:26

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5012/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

22:08

BREVARD COUNTY SO

SCHUCK,KYLE

11/05/2023

25721080A2

BREVARD COUNTY SO

VILLACRES,NICHOLAS,J

MANHEIM PEARSALL

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

Air Blank 23:14 RFI Detect

0.000Air Blank 23:14

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:2012/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

22:08

BREVARD COUNTY SO

SCHUCK,KYLE

11/05/2023

25721080A2

BREVARD COUNTY SO

VILLACRES,NICHOLAS,J

MANHEIM PEARSALL

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

# 1 0.000Subject Sample 23:18

2.816Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.000Subject Sample 23:21

2.117Breath Volume 23:21

0.000Air Blank 23:22

0.081Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:4412/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:13

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA

11/05/2023

25721080A2

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA,L

TOCACHI LEDESMA

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

# 1 0.090Subject Sample 02:15

1.414Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.088Subject Sample 02:18

1.769Breath Volume 02:18

0.000Air Blank 02:18

0.080Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:07:1512/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:35

15:35

BREVARD COUNTY SO

RIVERA,JOUHAN

11/05/2023

25721080A2

BREVARD COUNTY SO

LEWIS,JASON,E

ERMER

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:00

0.000Air Blank 16:01

0.080Control Test 16:01

0.000Air Blank 16:02

# 1 0.315Subject Sample 16:02

2.445Breath Volume 16:02

0.000Air Blank 16:03

0.000Air Blank 16:05

# 2 0.314Subject Sample 16:05

1.804Breath Volume 16:05

0.000Air Blank 16:06

0.080Control Test 16:06

0.000Air Blank 16:07

OKDiagnostics Check 16:07

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:2212/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:59

BREVARD COUNTY SO

CAMPBELL,KEANDRA

11/05/2023

25721080A2

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA,L

GORDON

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.081Control Test 21:22

0.000Air Blank 21:22

# 1 0.000Subject Sample 21:23

1.742Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.000Subject Sample 21:26

3.683Breath Volume 21:26

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5012/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:35

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA

11/05/2023

25721080A2

BREVARD COUNTY SO

BACHELLER,ALEXANRIA,L

NOYOLA

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.081Control Test 23:21

0.000Air Blank 23:22

# 1 0.040Subject Sample 23:24

1.867Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:26

# 2 0.039Subject Sample 23:27

1.382Breath Volume 23:27

0.000Air Blank 23:27

0.080Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:0212/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:00

BREVARD COUNTY SO

FRASER,JERROD

11/05/2023

25721080A2

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA,L

BOUDREAU

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.080Control Test 04:59

0.000Air Blank 04:59

# 1Subject Sample 05:02 Subject Test Refused

0.000Breath Volume 05:02

0.000Air Blank 05:03

0.080Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:04

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:0412/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:37

BREVARD COUNTY SO

NUNEZ,ANTHONY

11/05/2023

25721080A2

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA,L

CHAVEZ LOPEZ

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

# 1 0.184Subject Sample 04:31

1.933Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.195Subject Sample 04:34

1.273Breath Volume 04:34

0.000Air Blank 04:35

0.078Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:36

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:2412/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:21

BREVARD COUNTY SO

SCHOENER,ANDREW

11/05/2023

25721080A2

BREVARD COUNTY SO

ELLIOTT,NATHANIEL,M

HENDRIX

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.077Control Test 01:10

0.000Air Blank 01:11

# 1 0.183Subject Sample 01:11

3.820Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.185Subject Sample 01:14

4.109Breath Volume 01:14

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0212/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:27

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

SWOPE

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

# 1 0.096Subject Sample 04:02

1.496Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.095Subject Sample 04:05

1.378Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:07

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:5912/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:54

17:54

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER',THOMAS,J

SULLIVAN

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:42

0.079Control Test 18:43

0.000Air Blank 18:43

# 1 0.300Subject Sample 18:44

2.636Breath Volume 18:44

0.000Air Blank 18:45

0.000Air Blank 18:46

# 2 0.282Subject Sample 18:47

2.425Breath Volume 18:47

0.000Air Blank 18:48

0.079Control Test 18:48

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:2812/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

02:08

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

RIVERA

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.081Control Test 02:45

0.000Air Blank 02:45

# 1 0.051Subject Sample 02:46

1.296Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.054Subject Sample 02:49

1.503Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:2612/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:59

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

KHUDYAKOVA

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.081Control Test 05:36

0.000Air Blank 05:36

# 1 0.200Subject Sample 05:37

1.382Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.192Subject Sample 05:40

1.613Breath Volume 05:40

0.000Air Blank 05:41

0.079Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1212/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:30

BREVARD COUNTY SO

WILDER,DARIUS

11/05/2023

25721080A2

TITUSVILLE PD

PATTERSON,TYLER,J

NEME

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.081Control Test 01:00

0.000Air Blank 01:00

# 1 0.104Subject Sample 01:03 Volume Not Met

0.160Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.109Subject Sample 01:09

1.582Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 3 0.105Subject Sample 01:12

1.304Breath Volume 01:12

0.000Air Blank 01:13

0.075Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:5012/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:42

BREVARD COUNTY SO

AMMERMAN,ERIC

11/05/2023

25721080A2

BREVARD COUNTY SO

PATTERSON,TYLER,J

CHENG

11/28/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.192Subject Sample 01:23

3.453Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:25

# 2 0.187Subject Sample 01:26

3.917Breath Volume 01:26

0.000Air Blank 01:26

0.077Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:47:3112/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:06

14:43

BREVARD COUNTY SO

BREWER,AMBER

11/05/2023

25721080A2

BREVARD COUNTY SO

WAGNER,ROBERT,F

BROOMS

12/30/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:41

0.000Air Blank 16:41

0.081Control Test 16:42

0.000Air Blank 16:42

# 1 0.122Subject Sample 16:43

1.828Breath Volume 16:43

0.000Air Blank 16:43

0.000Air Blank 16:45

# 2 0.114Subject Sample 16:45

1.933Breath Volume 16:45

0.000Air Blank 16:46

0.081Control Test 16:46

0.000Air Blank 16:47

OKDiagnostics Check 16:47

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:2212/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:56

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA

11/05/2023

25721080A2

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA,L

MOSSOTTI

12/30/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:58

0.000Air Blank 18:58

0.080Control Test 18:59

0.000Air Blank 18:59

# 1 0.277Subject Sample 19:00

1.179Breath Volume 19:00

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.284Subject Sample 19:04

1.234Breath Volume 19:04

0.000Air Blank 19:05

0.078Control Test 19:05

0.000Air Blank 19:06

OKDiagnostics Check 19:06

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5912/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

23:16

Jacksonville SO

CLARK,J

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

CHANEY

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:22

# 1 0.114Subject Sample 02:23

2.707Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:25

# 2 0.122Subject Sample 02:26

3.058Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 12/13/2022 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:06:4012/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

05:50

Jacksonville SO

SMITH,M

05/05/2024

07622080A3

Jacksonville SO

HOLIDAY,E,C

EXON

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:00

0.000Air Blank 12:00

0.081Control Test 12:01

0.000Air Blank 12:01

# 1 0.000Subject Sample 12:02

2.707Breath Volume 12:02

0.000Air Blank 12:02

0.000Air Blank 12:04

# 2 0.000Subject Sample 12:05

3.058Breath Volume 12:05

0.000Air Blank 12:05

0.081Control Test 12:06

0.000Air Blank 12:06

OKDiagnostics Check 12:06

Data Download Date/Time: 12/13/2022 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:02:2212/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:38

11:43

Jacksonville SO

GANIC,J

05/05/2024

07622080A3

Jacksonville SO

HOLIDAY,E,C

HODGES

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:59

0.000Air Blank 13:59

0.081Control Test 13:59

0.000Air Blank 14:00

# 1Subject Sample 14:00 Subject Test Refused

0.000Breath Volume 14:00

0.000Air Blank 14:01

0.082Control Test 14:01

0.000Air Blank 14:02

OKDiagnostics Check 14:02

Data Download Date/Time: 12/13/2022 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:0612/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

21:22

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

LOWE

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.080Control Test 23:15

0.000Air Blank 23:16

# 1 0.163Subject Sample 23:17

1.453Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:19

# 2 0.173Subject Sample 23:20

1.324Breath Volume 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 12/13/2022 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:2212/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

19:45

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

THOMPSON

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.082Control Test 21:52

0.000Air Blank 21:52

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.082Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2712/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:43

Jacksonville SO

KEEN,C

05/05/2024

07622080A3

Jacksonville Beach

JAMES,ALFONSO,

MILLS

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.082Control Test 22:21

0.000Air Blank 22:22

# 1 0.178Subject Sample 22:22

1.847Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.176Subject Sample 22:25

1.585Breath Volume 22:25

0.000Air Blank 22:26

0.082Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:3112/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:10

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

SMITH

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.082Control Test 04:49

0.000Air Blank 04:50

# 1 0.054Subject Sample 04:53

1.468Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:55

# 2 0.063Subject Sample 04:57

2.226Breath Volume 04:57

0.000Air Blank 04:58

0.082Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1712/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

21:05

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

PURVIS,M,C

BARFIELD

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.082Control Test 23:40

0.000Air Blank 23:40

# 1Subject Sample 23:40 Subject Test Refused

0.000Breath Volume 23:40

0.000Air Blank 23:41

0.082Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:3612/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

00:38

Jacksonville SO

KEEN,C

05/05/2024

07622080A3

Jacksonville Beach

PURVIS,M,C

VISSMAN

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.082Control Test 02:57

0.000Air Blank 02:58

# 1Subject Sample 02:58 Subject Test Refused

0.000Breath Volume 02:58

0.000Air Blank 02:58

0.082Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1412/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:05

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

BUDNIK

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.082Control Test 04:00

0.000Air Blank 04:00

# 1Subject Sample 04:00 Subject Test Refused

0.000Breath Volume 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:0612/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

03:10

Jacksonville SO

CENSON,T

05/05/2024

07622080A3

FHP Troop G

PURVIS,M,C

SADEQ

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.083Control Test 05:20

0.000Air Blank 05:21

# 1 0.104Subject Sample 05:21

2.687Breath Volume 05:21

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.098Subject Sample 05:24

2.546Breath Volume 05:24

0.000Air Blank 05:25

0.082Control Test 05:25

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:45:5112/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

04:47

Jacksonville SO

WILDEY,M

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

MASON

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:39

0.082Control Test 06:39

0.000Air Blank 06:40

# 1 0.000Subject Sample 06:41

1.976Breath Volume 06:41

0.000Air Blank 06:41

0.000Air Blank 06:43

# 2 0.000Subject Sample 06:44

1.648Breath Volume 06:44

0.000Air Blank 06:44

0.081Control Test 06:45

0.000Air Blank 06:45

OKDiagnostics Check 06:45

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:1112/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

22:47

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

PURVIS,M,C

JOHNSON

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.082Control Test 01:38

0.000Air Blank 01:39

# 1 0.000Subject Sample 01:39

1.824Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.000Subject Sample 01:42

1.417Breath Volume 01:42

0.000Air Blank 01:43

0.082Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:3712/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

01:08

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

TORO CRUZ

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.083Control Test 04:28

0.000Air Blank 04:28

# 1Subject Sample 04:29 Subject Test Refused

0.000Breath Volume 04:29

0.000Air Blank 04:29

0.082Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0512/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:18

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

GARCIA PASCUAL

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.083Control Test 00:02

0.000Air Blank 00:03

# 1 0.215Subject Sample 00:04

1.402Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.229Subject Sample 00:09

1.167Breath Volume 00:09

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:1912/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

22:23

Jacksonville SO

ECHEVERRIAVIDAL,X

05/05/2024

07622080A3

FHP Troop G

STANFORD,B,R

MARTINEZ MOISES

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.082Control Test 00:54

0.000Air Blank 00:55

# 1 0.141Subject Sample 00:55

2.839Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.136Subject Sample 00:58

2.460Breath Volume 00:58

0.000Air Blank 00:59

0.083Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 12/29/2022 09:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:16:0612/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:40

11:46

Jacksonville SO

JONES,J

05/05/2024

07622080A3

Jacksonville SO

WALKER,P,L

ROTH

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:12

0.000Air Blank 14:13

0.083Control Test 14:13

0.000Air Blank 14:14

# 1Subject Sample 14:14 Subject Test Refused

0.000Breath Volume 14:14

0.000Air Blank 14:15

0.083Control Test 14:15

0.000Air Blank 14:16

OKDiagnostics Check 14:16

Data Download Date/Time: 12/29/2022 09:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:2112/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:04

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

HINES

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.083Control Test 22:53

0.000Air Blank 22:54

# 1 0.114Subject Sample 22:54

1.843Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:56

# 2 0.101Subject Sample 22:57

1.464Breath Volume 22:57

0.000Air Blank 22:58

0.083Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 12/29/2022 09:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:5512/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:17

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

MEURER,D,E

ROSA OSORTO

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.082Control Test 03:06

0.000Air Blank 03:06

# 1 0.226Subject Sample 03:08

2.078Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.217Subject Sample 03:12

1.683Breath Volume 03:12

0.000Air Blank 03:12

0.079Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 12/29/2022 09:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:13:3412/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:47

04:26

Jacksonville SO

ECHEVERRIAVIDAL,X

05/05/2024

07622080A3

FHP Troop G

HOLIDAY,E,C

WEAVER

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:07

0.000Air Blank 07:07

0.082Control Test 07:08

0.000Air Blank 07:08

# 1 0.082Subject Sample 07:08

3.039Breath Volume 07:08

0.000Air Blank 07:09

0.000Air Blank 07:11

# 2 0.083Subject Sample 07:11

2.980Breath Volume 07:11

0.000Air Blank 07:12

0.082Control Test 07:12

0.000Air Blank 07:13

OKDiagnostics Check 07:13

Data Download Date/Time: 12/29/2022 09:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:1912/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

18:00

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

YOHN,A,W

TRYON

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.082Control Test 20:38

0.000Air Blank 20:39

# 1 0.224Subject Sample 20:39

2.687Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.225Subject Sample 20:42

2.562Breath Volume 20:42

0.000Air Blank 20:43

0.081Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 12/29/2022 09:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:1212/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:50

Pinellas Park PD

DETRANO,JEFFREY

03/05/2024

35521080A2

Pinellas Park PD

DETRANO,JEFFREY,J

CRAWFORD

11/08/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.077Control Test 00:29

0.000Air Blank 00:29

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:30

0.077Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 12/07/2022 15:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:35:5912/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:09

13:48

Pinellas Park PD

ADAMS,STERLING

03/05/2024

35521080A2

Pinellas Park PD

ADAMS,STERLING,M

WELLE

11/08/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:29

0.000Air Blank 14:30

0.078Control Test 14:30

0.000Air Blank 14:31

# 1 0.000Subject Sample 14:31

3.054Breath Volume 14:31

0.000Air Blank 14:32

0.000Air Blank 14:34

# 2 0.000Subject Sample 14:34

2.996Breath Volume 14:34

0.000Air Blank 14:35

0.079Control Test 14:35

0.000Air Blank 14:35

OKDiagnostics Check 14:35

Data Download Date/Time: 12/07/2022 15:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:1512/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:32

Pinellas Park PD

DETRANO,JEFFREY

03/05/2024

35521080A2

Pinellas Park PD

DETRANO,JEFFREY,J

VUKSANI

11/08/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.077Control Test 04:22

0.000Air Blank 04:22

# 1Subject Sample 04:22 Subject Test Refused

0.000Breath Volume 04:22

0.000Air Blank 04:23

0.077Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 12/07/2022 15:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:3012/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:09

Pinellas Park PD

EDWARDS,AUSTIN

03/05/2024

35521080A2

Pinellas Park PD

ROZZI,SHANNON,R

COOPER

11/08/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.078Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.077Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 12/07/2022 15:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:1812/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:03

Pinellas Park PD

GUY,JOSHUA

03/05/2024

35521080A2

Pinellas Park PD

GUY,JOSHUA,A

JOHNSON

11/08/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.078Control Test 23:53

0.000Air Blank 23:53

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:54

0.077Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 12/07/2022 15:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5312/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:27

Pinellas Park PD

DETRANO,JEFFREY

03/05/2024

35521080A2

Pinellas Park PD

DETRANO,JEFFREY,J

CAIXEIRO

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.077Control Test 01:06

0.000Air Blank 01:06

# 1 0.000Subject Sample 01:07

1.996Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.000Subject Sample 01:10

1.367Breath Volume 01:10

0.000Air Blank 01:10

0.078Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 01/03/2023 15:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:3912/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:24

Pinellas Park PD

GUY,JOSHUA

03/05/2024

35521080A2

Pinellas Park PD

GUY,JOSHUA,A

MARSH

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.077Control Test 04:56

0.000Air Blank 04:57

# 1 0.117Subject Sample 04:58

2.933Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.113Subject Sample 05:01

1.691Breath Volume 05:01

0.000Air Blank 05:01

0.077Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 01/03/2023 15:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2512/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:03

Pinellas Park PD

GUY,JOSHUA

03/05/2024

35521080A2

Pinellas Park PD

GUY,JOSHUA,A

HASTINGS

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.077Control Test 02:37

0.000Air Blank 02:37

# 1Subject Sample 02:38 Subject Test Refused

0.000Breath Volume 02:38

0.000Air Blank 02:38

0.077Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 01/03/2023 15:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:1212/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:29

17:19

Pinellas Park PD

BOYLE,THOMAS

03/05/2024

35521080A2

Pinellas Park PD

BOYLE,THOMAS,E

ANDERSON

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:49

0.000Air Blank 17:50

0.077Control Test 17:50

0.000Air Blank 17:51

# 1 0.319Subject Sample 17:51

1.671Breath Volume 17:51

0.000Air Blank 17:52

0.000Air Blank 17:54

# 2 0.312Subject Sample 17:54

1.238Breath Volume 17:54

0.000Air Blank 17:55

0.077Control Test 17:55

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 01/03/2023 15:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:3612/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:29

Pinellas Park PD

BOYLE,THOMAS

03/05/2024

35521080A2

Pinellas Park PD

BOYLE,THOMAS,E

LOVE

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.077Control Test 00:01

0.000Air Blank 00:02

# 1 0.181Subject Sample 00:03

1.894Breath Volume 00:03

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.190Subject Sample 00:06

1.515Breath Volume 00:06

0.000Air Blank 00:06

0.078Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 01/03/2023 15:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:1812/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:21

Pinellas Park PD

DERR,JACOB

03/05/2024

35521080A2

Pinellas Park PD

ROZZI,SHANNON,R

ODONNELL

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.079Control Test 21:01

0.000Air Blank 21:01

# 1Subject Sample 21:01 Subject Test Refused

0.000Breath Volume 21:01

0.000Air Blank 21:02

0.077Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 01/03/2023 15:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5912/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

04:12

Pinellas Park PD

MATHOSIAN,MICHAEL

03/05/2024

35521080A2

Pinellas Park PD

SCORDINO,DOUGLAS,J

JACKSON

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:45

# 1 0.167Subject Sample 04:45

1.968Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.161Subject Sample 04:48

2.019Breath Volume 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 01/03/2023 15:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:3812/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:15

Pinellas Park PD

DELAY,ANDREW

03/05/2024

35521080A2

Kenneth City PD

ROZZI,SHANNON,R

CONKRIGHT

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.078Control Test 04:53

0.000Air Blank 04:54

# 1 0.083Subject Sample 04:55

1.300Breath Volume 04:55

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.083Subject Sample 04:58

1.320Breath Volume 04:58

0.000Air Blank 04:58

0.080Control Test 04:59

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 01/03/2023 15:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:56:5612/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:10

Pinellas Park PD

USCATEGUI,G

03/05/2024

35521080A2

Pinellas Park PD

REQUENA,CARLOS,A

CANNON

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:50

0.000Air Blank 06:51

0.079Control Test 06:51

0.000Air Blank 06:52

# 1 0.160Subject Sample 06:52

2.304Breath Volume 06:52

0.000Air Blank 06:53

0.000Air Blank 06:55

# 2 0.158Subject Sample 06:55

2.292Breath Volume 06:55

0.000Air Blank 06:56

0.079Control Test 06:56

0.000Air Blank 06:56

OKDiagnostics Check 06:56

Data Download Date/Time: 01/03/2023 15:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:39:2812/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:11

15:04

Pinellas Park PD

BOYLE,THOMAS

03/05/2024

35521080A2

Pinellas Park PD

BOYLE,THOMAS,E

MANZUETA DE LA ROSA

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:32

0.000Air Blank 15:32

0.078Control Test 15:33

0.000Air Blank 15:33

# 1 0.179Subject Sample 15:35

1.390Breath Volume 15:35

0.000Air Blank 15:35

0.000Air Blank 15:37

# 2 0.167Subject Sample 15:38

1.195Breath Volume 15:38

0.000Air Blank 15:38

0.077Control Test 15:38

0.000Air Blank 15:39

OKDiagnostics Check 15:39

Data Download Date/Time: 01/03/2023 15:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:0012/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

18:17

Pinellas Park PD

ROLLESTON,JACOB

03/05/2024

35521080A2

Pinellas Park PD

ROLLESTON,JACOB,M

STUMBAUGH

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:52

0.078Control Test 18:52

0.000Air Blank 18:52

# 1 0.000Subject Sample 18:53

2.589Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.000Subject Sample 18:56

3.046Breath Volume 18:56

0.000Air Blank 18:57

0.080Control Test 18:57

0.000Air Blank 18:57

OKDiagnostics Check 18:58

Data Download Date/Time: 01/03/2023 15:25

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:1112/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:57

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/05/2024

02422080A1

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

THAI

11/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.079Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:02

0.079Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 12/28/2022 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2212/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:32

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/05/2024

02422080A1

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

CELESTIN

11/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.078Control Test 00:39

0.000Air Blank 00:39

# 1Subject Sample 00:40 Subject Test Refused

0.000Breath Volume 00:40

0.000Air Blank 00:40

0.078Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 12/28/2022 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:5112/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:44

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/05/2024

02422080A1

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

LINDSEY

11/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.079Control Test 20:28

0.000Air Blank 20:29

# 1Subject Sample 20:29 Subject Test Refused

0.000Breath Volume 20:29

0.000Air Blank 20:29

0.079Control Test 20:30

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 12/28/2022 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:0612/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:28

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/05/2024

02422080A1

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

ATWELL

11/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

# 1 0.128Subject Sample 00:21

1.839Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.129Subject Sample 00:24

1.234Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 12/28/2022 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2412/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:37

Coconut Creek Pub Sf

HENRY,GAVIN

02/05/2024

02422080A1

Coconut Creek Pub Sf

MORALES,DAVID,J

COUTO

11/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

Air Blank 01:46 RFI Detect

0.000Air Blank 01:47

Data Download Date/Time: 12/28/2022 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:0412/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:37

Coconut Creek Pub Sf

HENRY,GAVIN

02/05/2024

02422080A1

Coconut Creek Pub Sf

MORALES,DAVID,J

COUTO

11/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.078Control Test 01:50

0.000Air Blank 01:50

# 1Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.079Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:52

Data Download Date/Time: 12/28/2022 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:5212/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:31

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/05/2024

02422080A1

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

MARROQUINHERNANDEZ

11/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.078Control Test 01:17

0.000Air Blank 01:18

# 1 0.136Subject Sample 01:19

2.121Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:21

# 2 0.128Subject Sample 01:22

2.218Breath Volume 01:22

0.000Air Blank 01:22

0.078Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 12/28/2022 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:5312/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:37

Coconut Creek Pub Sf

HENRY,GAVIN

02/05/2024

02422080A1

Coconut Creek Pub Sf

DUFFEY,KYLE,

MASELEK

12/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.078Control Test 22:30

0.000Air Blank 22:31

# 1Subject Sample 22:31 Subject Test Refused

0.000Breath Volume 22:31

0.000Air Blank 22:31

0.079Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/24/2023 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:1412/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:31

Coconut Creek Pub Sf

HENRY,GAVIN

02/05/2024

02422080A1

Coconut Creek Pub Sf

BAKER,MICHAEL,

BABEL

12/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.078Control Test 01:23

0.000Air Blank 01:23

# 1Subject Sample 01:23 Subject Test Refused

0.000Breath Volume 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 01/24/2023 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0712/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

23:52

Jacksonville SO

HARRELL,R

05/05/2023

08121080A1

Jacksonville SO

CARMONA-SANCHEZ,R,J

MOLINA

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.081Control Test 01:31

0.000Air Blank 01:31

# 1 0.283Subject Sample 01:32

1.128Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 2 0.279Subject Sample 01:35

3.000Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 12/13/2022 14:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:5512/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:00

Jacksonville SO

HARRELL,R

05/05/2023

08121080A1

Jacksonville SO

TERRELL,J,C

MOONEY

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 12/13/2022 14:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:4212/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

20:15

Jacksonville SO

JOHNS,B

05/05/2023

08121080A1

Jacksonville SO

CARMONA-SANCHEZ,R,J

SHAD

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:59

# 1Subject Sample 22:59 Subject Test Refused

0.000Breath Volume 22:59

0.000Air Blank 22:59

0.079Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 12/13/2022 14:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:4312/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:54

17:08

Jacksonville SO

DURHAM,C

05/05/2023

08121080A1

Jacksonville SO

HALE,J,K

TOOMER

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:15

0.080Control Test 18:15

0.000Air Blank 18:15

# 1 0.328Subject Sample 18:19 Slope Not Level

1.378Breath Volume 18:19

0.000Air Blank 18:19

0.000Air Blank 18:21

# 2 0.299Subject Sample 18:24 Volume Not Met

0.082Breath Volume 18:24

0.000Air Blank 18:25

0.076Control Test 18:26

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 12/13/2022 14:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:2512/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:45

Jacksonville SO

LUGO,R

05/05/2023

08121080A1

Jacksonville SO

POWELL,EDWARD,A

GIBBONS

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

# 1 0.129Subject Sample 22:12

2.781Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.125Subject Sample 22:15

2.386Breath Volume 22:15

0.000Air Blank 22:16

0.079Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 12/13/2022 14:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:1112/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

03:20

Jacksonville SO

LUGO,R

05/05/2023

08121080A1

Jacksonville SO

POWELL,EDWARD,A

PLANT

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.080Control Test 04:42

0.000Air Blank 04:43

# 1 0.157Subject Sample 04:44

1.835Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.153Subject Sample 04:47

1.480Breath Volume 04:47

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 12/13/2022 14:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:5712/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:20

Jacksonville SO

IEZZI,M

05/05/2023

08121080A1

Jacksonville SO

POWELL,EDWARD,A

MORALES MARTINEZ

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

# 1 0.126Subject Sample 01:06

1.812Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:08

# 2 0.130Subject Sample 01:09

2.125Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 12/13/2022 14:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1412/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

20:57

Jacksonville SO

ULYSSE,S

05/05/2023

08121080A1

Jacksonville SO

POWELL,EDWARD,A

GAMBLE

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

# 1 0.000Subject Sample 23:49

1.882Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.000Subject Sample 23:52

1.757Breath Volume 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 12/13/2022 14:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:4312/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:40

Clay County SO

BELT,A

05/05/2024

07622080A2

Clay County SO

MARTIN,M,T

SHEARIN

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:17

# 1Subject Sample 04:20 No Sample Provided

0.000Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:24

0.079Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:12:3312/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:38

07:09

Clay County SO

FOREMAN,T

05/05/2024

07622080A2

Clay County SO

SIDDERS,R,M

PENA

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:03

0.000Air Blank 08:04

0.080Control Test 08:04

0.000Air Blank 08:05

# 1 0.125Subject Sample 08:07

1.105Breath Volume 08:07

0.000Air Blank 08:07

0.000Air Blank 08:09

# 2 0.120Subject Sample 08:11

3.464Breath Volume 08:11

0.000Air Blank 08:11

0.078Control Test 08:11

0.000Air Blank 08:12

OKDiagnostics Check 08:12

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:5812/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:40

Clay County SO

FLYNN,H

05/05/2024

07622080A2

Green Cove Springs

VILLARIN,M,D

GONZALES OSORIO

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

# 1 0.184Subject Sample 00:27

1.511Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:29

# 2 0.185Subject Sample 00:30

1.242Breath Volume 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:5512/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:41

Clay County SO

RILEY,R

05/05/2024

07622080A2

Clay County SO

MARTIN,M,T

GASKILL

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1 0.168Subject Sample 00:30

1.812Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.181Subject Sample 00:34

2.050Breath Volume 00:34

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5612/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:15

Clay County SO

GULLO,A

05/05/2024

07622080A2

Clay County SO

MARTIN,M,T

BARNES

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.188Subject Sample 03:26

3.535Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.189Subject Sample 03:29

3.738Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:3212/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:21

16:21

Clay County SO

MAHLKE,D

05/05/2024

07622080A2

Clay County SO

HOLBERT,J,T

WEBB

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:51

0.000Air Blank 17:51

0.078Control Test 17:51

0.000Air Blank 17:52

# 1 0.283Subject Sample 17:53

1.187Breath Volume 17:53

0.000Air Blank 17:53

0.000Air Blank 17:55

# 2 0.289Subject Sample 17:56

1.500Breath Volume 17:56

0.000Air Blank 17:56

0.079Control Test 17:56

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3812/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:55

Clay County SO

RILEY,R

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

VARNADORE

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:46

# 1Subject Sample 00:49 RFI Detect

0.425Breath Volume 00:49

0.000Air Blank 00:49

0.080Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:0112/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:55

Clay County SO

RILEY,R

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

VARNADORE

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:54

# 1 0.162Subject Sample 00:56

2.308Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.165Subject Sample 00:59

1.570Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:01

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4712/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:28

Clay County SO

GULLO,A

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

JULIANA

11/24/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

# 1 0.202Subject Sample 01:30

2.839Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.200Subject Sample 01:34

2.507Breath Volume 01:34

0.000Air Blank 01:34

0.080Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:3612/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:07

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

DICK

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.080Control Test 22:00

Air Blank 22:00 RFI Detect

Air Blank 22:00 RFI Detect

Data Download Date/Time: 12/28/2022 13:20

02 February 2023

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:0012/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:07

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

DICK

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:04

# 1 0.119Subject Sample 22:04

1.109Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.124Subject Sample 22:08

1.984Breath Volume 22:08

0.000Air Blank 22:09

0.080Control Test 22:09

0.000Air Blank 22:09

OKDiagnostics Check 22:10

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:2912/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:09

Clay County SO

VAUGHN,C

05/05/2024

07622080A2

Orange Park PD

MOSLEY,J,C

ADAMS

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1 0.238Subject Sample 23:11

2.710Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.246Subject Sample 23:14

1.832Breath Volume 23:14

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 12/28/2022 13:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:1612/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

14:31

Clay County SO

FAIRCLOTH,D.

05/05/2024

07622080A2

Orange Park PD

KELLY,JOHN,P

LEBLANC

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:30

0.000Air Blank 16:30

0.079Control Test 16:31

0.000Air Blank 16:31

# 1 0.158Subject Sample 16:31

1.941Breath Volume 16:31

0.000Air Blank 16:32

0.000Air Blank 16:34

# 2 0.164Subject Sample 16:34

1.640Breath Volume 16:34

0.000Air Blank 16:35

0.078Control Test 16:35

0.000Air Blank 16:36

OKDiagnostics Check 16:36

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:3712/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:38

Clay County SO

GULLO,A

05/05/2024

07622080A2

Clay County SO

MARTIN,M,T

WARREN

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

# 1Subject Sample 22:39 No Sample Provided

0.000Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2Subject Sample 22:42 Subject Test Refused

0.000Breath Volume 22:42

0.000Air Blank 22:42

0.079Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:3412/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:52

Clay County SO

LARAWAY,D

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

BEEPOT

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

# 1 0.109Subject Sample 04:53 Volume Not Met

0.015Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:55

# 2 0.153Subject Sample 04:59 Volume Not Met

0.066Breath Volume 04:59

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4312/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:20

Clay County SO

NEWTON,N

05/05/2024

07622080A2

Green Cove Springs

VILLARIN,M,D

CARLSON

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

# 1 0.096Subject Sample 02:04

1.105Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.095Subject Sample 02:08

1.113Breath Volume 02:08

0.000Air Blank 02:08

0.080Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1412/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:08

FHP Troop C

AZIZ,DAVID

06/05/2023

11821080A2

FHP Troop C

AZIZ,DAVID,

FRENCH

11/29/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.081Control Test 03:56

0.000Air Blank 03:56

# 1 0.257Subject Sample 03:57

2.757Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.249Subject Sample 04:00

1.234Breath Volume 04:00

0.000Air Blank 04:01

0.081Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 12/07/2022 09:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:07:2212/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:15

08:11

FHP Troop C

GRIFFIN,RAEFORD

06/05/2023

11821080A2

FHP Troop C

GRIFFIN,RAEFORD,L

SPECK

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:00

0.000Air Blank 09:01

0.080Control Test 09:01

0.000Air Blank 09:02

# 1 0.267Subject Sample 09:02

3.726Breath Volume 09:02

0.000Air Blank 09:03

0.000Air Blank 09:05

# 2 0.266Subject Sample 09:05

2.859Breath Volume 09:05

0.000Air Blank 09:06

0.080Control Test 09:06

0.000Air Blank 09:07

OKDiagnostics Check 09:07

Data Download Date/Time: 12/07/2022 09:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:5712/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:06

Pasco County SO

IVEY,BRIAN

06/05/2023

11821080A2

Pasco County SO

IVEY,BRIAN,Z

HUEBNER

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.183Subject Sample 02:48

3.640Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 2 0.178Subject Sample 02:52

1.738Breath Volume 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 12/07/2022 09:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:1212/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:38

FHP Troop C

DION,KEVIN

06/05/2023

11821080A2

FHP Troop C

DION,KEVIN,J

WINSHIP

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:35

0.000Air Blank 20:36

0.080Control Test 20:36

0.000Air Blank 20:37

# 1Subject Sample 20:40 No Sample Provided

0.000Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2Subject Sample 20:45 No Sample Provided

0.000Breath Volume 20:45

0.000Air Blank 20:46

0.080Control Test 20:46

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 12/07/2022 09:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4312/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:38

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

VAUGHAN

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

# 1 0.106Subject Sample 23:11

1.699Breath Volume 23:11

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.094Subject Sample 23:15

1.824Breath Volume 23:15

0.000Air Blank 23:15

0.080Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 12/07/2022 09:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:4812/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

21:40

FHP Troop C

RODRIGUEZ,ALEXANDER

06/05/2023

11821080A2

FHP Troop C

RODRIGUEZ,ALEXANDER,M

LOGAN

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.082Control Test 20:41

0.000Air Blank 20:42

# 1Subject Sample 20:42 Subject Test Refused

0.000Breath Volume 20:42

0.000Air Blank 20:42

0.081Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 12/07/2022 09:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1012/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:24

FHP Troop C

DION,KEVIN

06/05/2023

11821080A2

FHP Troop C

DION,KEVIN,J

ELLIS

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1 0.240Subject Sample 01:33

1.351Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.245Subject Sample 01:36

1.398Breath Volume 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/07/2022 09:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:3612/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:30

FHP Troop C

WAKELAND,KATLYN

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

VASQUENZ

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

# 1Subject Sample 01:03 No Sample Provided

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2Subject Sample 01:09 No Sample Provided

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:0212/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:30

FHP Troop C

WAKELAND,KATLYN

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

VASQUENZ

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

# 1Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:16

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:2212/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:10

FHP Troop C

AZIZ,DAVID

06/05/2023

11821080A2

FHP Troop C

AZIZ,DAVID,

WALKER

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:55

0.081Control Test 05:55

0.000Air Blank 05:56

# 1 0.203Subject Sample 05:56

1.792Breath Volume 05:56

0.000Air Blank 05:57

0.000Air Blank 05:59

# 2 0.190Subject Sample 05:59

2.304Breath Volume 05:59

0.000Air Blank 06:00

0.081Control Test 06:00

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:3912/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:45

FHP Troop C

DION,KEVIN

06/05/2023

11821080A2

FHP Troop C

DION,KEVIN,J

COFFEE

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.081Control Test 21:40

0.000Air Blank 21:40

# 1Subject Sample 21:43 No Sample Provided

0.000Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2Subject Sample 21:49 No Sample Provided

0.000Breath Volume 21:49

0.000Air Blank 21:49

0.080Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:2512/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

00:44

FHP Troop C

FERNANDEZ
VILLANUEVA,AMADEO

06/05/2023

11821080A2

FHP Troop C

FERNANDEZ
VILLANUEVA,AMADEO,

HARRIS

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.081Control Test 02:20

0.000Air Blank 02:21

# 1Subject Sample 02:24 No Sample Provided

0.000Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.082Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:5712/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:34

FHP Troop C

AZIZ,DAVID

06/05/2023

11821080A2

FHP Troop C

AZIZ,DAVID,

FIOR

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:27

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:28

0.081Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:5912/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:40

Dade City PD

GREIS-OSPINA,DAVID

06/05/2023

11821080A2

Pasco County SO

WATSON,WILLIAM,M

VEGA-LLERAS

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.082Control Test 02:53

0.000Air Blank 02:53

# 1 0.060Subject Sample 02:54

1.664Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.056Subject Sample 02:57

1.347Breath Volume 02:57

0.000Air Blank 02:58

0.082Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:4512/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:09

FHP Troop C

EARLYWINE,GARRETT

06/05/2023

11821080A2

FHP Troop C

EARLYWINE,GARRETT,V

GONELL

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.081Control Test 05:03

0.000Air Blank 05:03

# 1 0.127Subject Sample 05:04

1.203Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.135Subject Sample 05:08

2.140Breath Volume 05:08

0.000Air Blank 05:08

0.081Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:21:1712/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:58

12:59

FHP Troop C

COVERT,JAMES

06/05/2023

11821080A2

FHP Troop C

WIBERLY,RYAN,T

5001720

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:18

0.000Air Blank 13:18

0.081Control Test 13:19

0.000Air Blank 13:19

# 1Subject Sample 13:19 Subject Test Refused

0.000Breath Volume 13:19

0.000Air Blank 13:20

0.082Control Test 13:20

0.000Air Blank 13:21

OKDiagnostics Check 13:21

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:31:5712/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:03

14:52

FHP Troop C

NIXON,WILLIAM

06/05/2023

11821080A2

FHP Troop C

NIXON,WILLIAM,J

PEAK

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:24

0.000Air Blank 16:24

0.080Control Test 16:24

0.000Air Blank 16:25

# 1 0.352Subject Sample 16:26

1.199Breath Volume 16:26

0.000Air Blank 16:27

0.000Air Blank 16:29

# 2 0.368Subject Sample 16:30

1.351Breath Volume 16:30

0.000Air Blank 16:31

0.078Control Test 16:31

0.000Air Blank 16:31

OKDiagnostics Check 16:31

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:0512/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:12

Pasco County SO

IVEY,BRIAN

06/05/2023

11821080A2

Pasco County SO

IVEY,BRIAN,Z

BURGESS

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.081Control Test 23:21

0.000Air Blank 23:21

# 1 0.152Subject Sample 23:22

2.570Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.149Subject Sample 23:25

2.910Breath Volume 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1612/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:23

Pasco County SO

IVEY,BRIAN

06/05/2023

11821080A2

Pasco County SO

IVEY,BRIAN,Z

DIAZ

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

# 1 0.050Subject Sample 01:52

1.316Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.058Subject Sample 01:56

2.386Breath Volume 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:2912/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:05

FHP Troop C

WAKELAND,KATLYN

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

MILLER

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

# 1 0.159Subject Sample 04:40

2.281Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.160Subject Sample 04:43

1.765Breath Volume 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:0512/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:38

FHP Troop C

AZIZ,DAVID

06/05/2023

11821080A2

FHP Troop C

AZIZ,DAVID,

BROWN

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.080Control Test 05:26

0.000Air Blank 05:27

# 1 0.167Subject Sample 05:28

1.621Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:30

# 2Subject Sample 05:32 Subject Test Refused

0.453Breath Volume 05:32

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:0212/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:09

FHP Troop C

STARLING,KELLEY

06/05/2023

11821080A2

FHP Troop C

STARLING,KELLEY,L

TEROVOLAS

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

# 1 0.135Subject Sample 20:02

4.742Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.127Subject Sample 20:05

1.554Breath Volume 20:05

0.000Air Blank 20:06

0.078Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:07

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4312/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:37

Coral Springs PD

PEREZ,ERIC

04/05/2023

06021080A2

Coral Springs PD

PEREZ,ERIC,R

GALVAN ESPINOZA

11/08/2022

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.079Control Test 02:42

0.000Air Blank 02:42

# 1 0.121Subject Sample 02:42

2.363Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.124Subject Sample 02:46

2.582Breath Volume 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 12/27/2022 11:22

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:1212/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:21

Coral Springs PD

JENNINGS,LUKE

04/05/2023

06021080A2

Coral Springs PD

WAYE,MAKINA,A

VIZQUEL

12/27/2022

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.079Control Test 02:01

0.000Air Blank 02:01

# 1Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 01/27/2023 15:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:0712/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

23:00

Lakeland PD

LAFONTANT,SEDONA

06/05/2023

11821080A2

Lakeland PD

LAFONTANT,SEDONA,S

FOSTER

11/09/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:34

# 1 0.124Subject Sample 23:35

4.066Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.127Subject Sample 23:38

2.375Breath Volume 23:38

0.000Air Blank 23:39

0.079Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 12/07/2022 14:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:49:5712/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

09:11

Lakeland PD

MULDERRIG,SEAN

06/05/2023

11821080A2

Lakeland PD

MULDERRIG,SEAN,F

HERBERT

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:42

0.000Air Blank 10:43

0.079Control Test 10:43

0.000Air Blank 10:44

# 1 0.190Subject Sample 10:45

3.945Breath Volume 10:45

0.000Air Blank 10:45

0.000Air Blank 10:47

# 2 0.189Subject Sample 10:48

3.308Breath Volume 10:48

0.000Air Blank 10:49

0.078Control Test 10:49

0.000Air Blank 10:49

OKDiagnostics Check 10:49

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:0612/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:41

Lakeland PD

WILSON,KALEB

06/05/2023

11821080A2

Lakeland PD

WILSON,KALEB,R

LYNK

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.080Control Test 02:07

0.000Air Blank 02:07

# 1 0.000Subject Sample 02:08

3.187Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.000Subject Sample 02:11

1.546Breath Volume 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:2612/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:42

Lakeland PD

RIGGALL,NICHOLAS

06/05/2023

11821080A2

Lakeland PD

RIGGALL,NICHOLAS,S

JOSEPH

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

# 1 0.120Subject Sample 02:20

1.988Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.120Subject Sample 02:23

1.375Breath Volume 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:59:1512/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:24

13:34

Lakeland PD

CRUZ,EDGARDO

06/05/2023

11821080A2

Lakeland PD

PHIDD,WAKESHA,S

ZIRKELBACH

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:53

0.000Air Blank 14:53

0.079Control Test 14:53

0.000Air Blank 14:54

# 1 0.098Subject Sample 14:54

1.804Breath Volume 14:54

0.000Air Blank 14:55

0.000Air Blank 14:57

# 2 0.097Subject Sample 14:57

2.003Breath Volume 14:57

0.000Air Blank 14:58

0.078Control Test 14:58

0.000Air Blank 14:59

OKDiagnostics Check 14:59

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:0012/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:19

Lakeland PD

WILSON,KALEB

06/05/2023

11821080A2

Lakeland PD

WILSON,KALEB,R

LOAYZA

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.079Control Test 21:08

0.000Air Blank 21:08

# 1Subject Sample 21:11 No Sample Provided

0.000Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2Subject Sample 21:16 Subject Test Refused

0.000Breath Volume 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:18

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:12:2512/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:40

08:00

Winter Haven PD

WOMACK,ERIC

05/05/2023

08121080A1

Winter Haven PD

WOMACK,ERIC,

CARRENO ANDRADE

11/30/2022

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:06

0.000Air Blank 10:06

0.081Control Test 10:07

0.000Air Blank 10:07

# 1 0.000Subject Sample 10:08

2.414Breath Volume 10:08

0.000Air Blank 10:08

0.000Air Blank 10:10

# 2 0.000Subject Sample 10:10

2.078Breath Volume 10:10

0.000Air Blank 10:11

0.080Control Test 10:11

0.000Air Blank 10:12

OKDiagnostics Check 10:12

Data Download Date/Time: 12/29/2022 15:16

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1312/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:11

Hollywood PD

JULIUS,BERNARD

12/07/2024

402290677

Hollywood PD

DERIET,RAFAEL,

KUBLICKIS

11/02/2022

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.078Control Test 04:10

0.000Air Blank 04:11

# 1 0.087Subject Sample 04:11

1.398Breath Volume 04:11

Air Blank 04:11 RFI Detect

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 12/14/2022 12:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5612/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:11

Hollywood PD

JULIUS,BERNARD

12/07/2024

402290677

Hollywood PD

DERIET,RAFAEL,

KUBLICKIS

11/02/2022

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.078Control Test 04:16

0.000Air Blank 04:16

# 1 0.098Subject Sample 04:17

2.320Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.103Subject Sample 04:20

4.324Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 12/14/2022 12:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0212/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:15

FHP Troop C

DION,KEVIN

04/05/2024

06022080A3

FHP Troop C

DION,KEVIN,J

COSTELLO

11/03/2022

8100.27

NEW PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:00

# 1 0.296Subject Sample 01:01

3.449Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:03

# 2 0.287Subject Sample 01:04

2.695Breath Volume 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:06

Data Download Date/Time: 12/14/2022 14:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:5612/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:36

Port Richey PD

BERRIOS,J

04/05/2024

06022080A3

New Port Richey PD

ZIMMERMAN,J,

GOMEZ PEREZ

11/03/2022

8100.27

NEW PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:20

# 1 0.212Subject Sample 00:21

2.785Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:23

# 2 0.213Subject Sample 00:24

3.332Breath Volume 00:24

0.000Air Blank 00:25

0.077Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 12/14/2022 14:10

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:2312/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

17:00

New Port Richey PD

CAMPANA,NICK

04/05/2024

06022080A3

New Port Richey PD

PENNELL,RUSSELL,M

DUNN

12/11/2022

8100.27

NEW PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:20

0.000Air Blank 17:20

0.079Control Test 17:21

0.000Air Blank 17:21

# 1 0.000Subject Sample 17:22

3.910Breath Volume 17:22

0.000Air Blank 17:22

0.000Air Blank 17:24

# 2 0.000Subject Sample 17:25

3.628Breath Volume 17:25

0.000Air Blank 17:25

0.079Control Test 17:25

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 01/07/2023 15:15

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:3612/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:39

Pinellas County SO

CHURCHILL,CAMERON

06/08/2023

AG115904

Pinellas County SO

CHURCHILL,CAMERON,P

NEALY JR

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1 0.168Subject Sample 02:55

2.441Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.166Subject Sample 02:59

1.945Breath Volume 02:59

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 12/14/2022 11:25

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:1112/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:06

Pinellas County SO

MITCHELL,ALEXANDRA

06/08/2023

AG115904

Pinellas County SO

MITCHELL,ALEXANDRA,

MCGREW

11/03/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.082Control Test 04:39

0.000Air Blank 04:39

# 1Subject Sample 04:39 Subject Test Refused

0.000Breath Volume 04:39

0.000Air Blank 04:40

0.081Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 12/14/2022 11:25

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4612/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:45

Pinellas County SO

REIDY,T

06/08/2023

AG115904

Pinellas County SO

REIDY,T,

SPANTIKOW

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.081Control Test 04:09

0.000Air Blank 04:09

# 1 0.177Subject Sample 04:10

2.582Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.189Subject Sample 04:13

1.839Breath Volume 04:13

0.000Air Blank 04:13

0.082Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4912/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:08

Pinellas County SO

EASTTY,MARK

06/08/2023

AG115904

Pinellas County SO

EASTTY,MARK,L

CRUZ PEREZ

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

# 1 0.000Subject Sample 02:32

1.539Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.000Subject Sample 02:35

2.289Breath Volume 02:35

0.000Air Blank 02:35

0.080Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0412/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:35

Pinellas Park PD

DETRANO,JEFFREY

06/08/2023

AG115904

Pinellas Park PD

DETRANO,JEFFREY,J

WYNOS

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.082Control Test 00:05

0.000Air Blank 00:06

# 1 0.244Subject Sample 00:06

1.460Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2Subject Sample 00:09 Slope Not Met

0.835Breath Volume 00:09

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:11

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:0212/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:35

Pinellas Park PD

DETRANO,JEFFREY

06/08/2023

AG115904

Pinellas Park PD

DETRANO,JEFFREY,J

WYNOS

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:14

# 1 0.237Subject Sample 00:15

1.437Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:17

# 2 0.226Subject Sample 00:18

1.535Breath Volume 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:20

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0912/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:30

Pinellas Park PD

HUFF,ZACHARY

06/08/2023

AG115904

Pinellas Park PD

HUFF,ZACHARY,J

BLEVIN

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.082Control Test 00:27

0.000Air Blank 00:28

# 1 0.242Subject Sample 00:28

1.445Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.244Subject Sample 00:31

1.980Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:1712/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:18

Pinellas County SO

COYLE,TIMOTHY

06/08/2023

AG115904

Pinellas County SO

EASTTY,MARK,L

JENKINS

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.081Control Test 01:39

0.000Air Blank 01:39

# 1Subject Sample 01:39 Subject Test Refused

0.000Breath Volume 01:39

0.000Air Blank 01:40

0.082Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:0212/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:36

Clearwater PD

STIERS,S

06/08/2023

AG115904

Clearwater PD

STIERS,SETH,T

Z516013688400

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

Air Blank 01:56 RFI Detect

0.000Air Blank 01:57

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:0512/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:36

Clearwater PD

STIERS,SETH

06/08/2023

AG115904

Clearwater PD

STIERS,SETH,T

ZAMBRANO

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.083Control Test 01:58

0.000Air Blank 01:59

# 1 0.161Subject Sample 02:01

1.527Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.156Subject Sample 02:05

1.257Breath Volume 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:07

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:4612/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:43

Largo PD

GOSIER,MATTHEW

06/08/2023

AG115904

Largo PD

GOSIER,MATTHEW,D

MCLEOD

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.098Subject Sample 02:21

2.082Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.101Subject Sample 02:24

1.421Breath Volume 02:24

0.000Air Blank 02:24

0.080Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4012/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:51

Pinellas County SO

CHURCHILL,CAMERON

06/08/2023

AG115904

Pinellas County SO

CHURCHILL,CAMERON,P

CARROLL

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:04

# 1 0.144Subject Sample 02:06

1.250Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.147Subject Sample 02:09

1.429Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:1912/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:44

Clearwater PD

YEATES,SCOTT

03/05/2024

35521080A2

Clearwater PD

YEATES,SCOTT,W

SIMPSON

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

# 1 0.098Subject Sample 00:35

1.875Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.094Subject Sample 00:38

1.359Breath Volume 00:38

0.000Air Blank 00:39

0.077Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 12/22/2022 16:22

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1612/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:29

Clearwater PD

BRUNEAU,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

CHIPAHUA PANZO

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.077Control Test 02:14

0.000Air Blank 02:15

# 1 0.193Subject Sample 02:16

3.000Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.197Subject Sample 02:19

2.597Breath Volume 02:19

0.000Air Blank 02:20

0.077Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 12/22/2022 16:22

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:2612/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:29

Clearwater PD

GILES,OFFICER

03/05/2024

35521080A2

Clearwater PD

GILES,OFFICER,G

KURER

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.077Control Test 21:05

0.000Air Blank 21:06

# 1 0.139Subject Sample 21:06

2.644Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.143Subject Sample 21:09

2.351Breath Volume 21:09

0.000Air Blank 21:10

0.077Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 12/22/2022 16:22

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:3412/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:37

Clearwater PD

STIERS,SETH

03/05/2024

35521080A2

Clearwater PD

STIERS,SETH,T

DAMIANI

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.077Control Test 23:09

0.000Air Blank 23:10

# 1 0.166Subject Sample 23:11

1.800Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:13

# 2 0.179Subject Sample 23:15

3.339Breath Volume 23:15

0.000Air Blank 23:15

0.069Control Test 23:15 Control Outside Tolerance

0.000Air Blank 23:16

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3312/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:51

Clearwater PD

STIERS,SETH

03/05/2024

35521080A2

Clearwater PD

STIERS,SETH,T

SALLEY

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.077Control Test 03:42

0.000Air Blank 03:43

# 1Subject Sample 03:46 No Sample Provided

0.000Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2Subject Sample 03:52 No Sample Provided

0.000Breath Volume 03:52

0.000Air Blank 03:52

0.077Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:3712/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:23

Clearwater PD

STIERS,SETH

03/05/2024

35521080A2

Clearwater PD

STIERS,SETH,T

CRUZ

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.077Control Test 04:59

0.000Air Blank 04:59

# 1 0.173Subject Sample 05:00

2.605Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:02

# 2 0.170Subject Sample 05:04

3.109Breath Volume 05:04

0.000Air Blank 05:04

0.076Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:3912/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:46

19:07

Clearwater PD

GILES,OFFICER

03/05/2024

35521080A2

Clearwater PD

GILES,OFFICER,G

LOZANO

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.077Control Test 20:08

0.000Air Blank 20:08

# 1Subject Sample 20:09 Subject Test Refused

0.000Breath Volume 20:09

0.000Air Blank 20:09

0.077Control Test 20:10

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5312/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:29

Clearwater PD

YEATES,SCOTT

03/05/2024

35521080A2

Clearwater PD

YEATES,SCOTT,W

RUIZ TREJO

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.077Control Test 01:54

0.000Air Blank 01:54

# 1 0.242Subject Sample 01:55

2.753Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.249Subject Sample 01:58

2.140Breath Volume 01:58

0.000Air Blank 01:58

0.077Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:2612/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:20

Clearwater PD

BRUNEAU,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

SZKOLA

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.077Control Test 00:06

0.000Air Blank 00:07

# 1 0.000Subject Sample 00:08

3.558Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.000Subject Sample 00:11

3.785Breath Volume 00:11

0.000Air Blank 00:11

0.077Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:1112/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:21

Clearwater PD

BRUNEAU,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

BOONE

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.077Control Test 02:09

0.000Air Blank 02:09

# 1 0.112Subject Sample 02:10

2.050Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.113Subject Sample 02:13

2.335Breath Volume 02:13

0.000Air Blank 02:14

0.077Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:0112/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:56

Clearwater PD

LASCKO,J

03/05/2024

35521080A2

Clearwater PD

LASCKO,J,

PEREZ-MARTINEZ

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.077Control Test 20:19

0.000Air Blank 20:19

# 1 0.109Subject Sample 20:20

3.718Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.106Subject Sample 20:23

3.636Breath Volume 20:23

0.000Air Blank 20:24

0.076Control Test 20:24

0.000Air Blank 20:24

OKDiagnostics Check 20:25

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:2212/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:14

Clearwater PD

STIERS,SETH

03/05/2024

35521080A2

Clearwater PD

STIERS,SETH,T

PINNEY

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.077Control Test 00:58

0.000Air Blank 00:59

# 1 0.217Subject Sample 01:00

3.460Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:02

# 2 0.220Subject Sample 01:03

3.082Breath Volume 01:03

0.000Air Blank 01:04

0.075Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:3612/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:50

Clearwater PD

YEATES,SCOTT

03/05/2024

35521080A2

Clearwater PD

YEATES,SCOTT,W

ROSS

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:32

0.077Control Test 21:33

0.000Air Blank 21:33

# 1 0.000Subject Sample 21:34

3.925Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.000Subject Sample 21:37

3.769Breath Volume 21:37

0.000Air Blank 21:37

0.077Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:3512/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:36

Clearwater PD

BRUNEAU,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

MIDDLETON

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.077Control Test 03:42

0.000Air Blank 03:43

# 1 0.133Subject Sample 03:44

1.777Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.135Subject Sample 03:47

1.621Breath Volume 03:47

0.000Air Blank 03:47

0.077Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:4112/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:51

Clearwater PD

YEATES,SCOTT

03/05/2024

35521080A2

Clearwater PD

YEATES,SCOTT,W

MEDINA CARDENAS

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.077Control Test 04:31

0.000Air Blank 04:32

# 1 0.113Subject Sample 04:33

2.089Breath Volume 04:33

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.111Subject Sample 04:36

2.027Breath Volume 04:36

0.000Air Blank 04:36

0.077Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:2712/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:32

Clearwater PD

STIERS,SETH

03/05/2024

35521080A2

Clearwater PD

STIERS,SETH,T

JOHNSON

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.077Control Test 22:13

0.000Air Blank 22:14

# 1 0.163Subject Sample 22:15

1.804Breath Volume 22:15

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.154Subject Sample 22:17

3.402Breath Volume 22:17

0.000Air Blank 22:18

0.076Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2312/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:16

Clearwater PD

BRUNEAU,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

GOMEZ-MENDOZA

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.077Control Test 02:17

0.000Air Blank 02:18

# 1 0.165Subject Sample 02:19

1.710Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.167Subject Sample 02:22

1.511Breath Volume 02:22

0.000Air Blank 02:23

0.075Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2112/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:41

Clearwater PD

GILES,OFFICER

03/05/2024

35521080A2

Clearwater PD

GILES,OFFICER,G

MIZELLE

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.077Control Test 02:39

0.000Air Blank 02:40

# 1 0.139Subject Sample 02:42

1.179Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.143Subject Sample 02:46

1.109Breath Volume 02:46

0.000Air Blank 02:47

0.076Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:5612/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:44

Clearwater PD

CURCIO,ANTHONY

05/05/2024

07622080A2

Clearwater PD

CURCIO,ANTHONY,P

PHILLIPS

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.077Control Test 23:17

0.000Air Blank 23:17

# 1 0.228Subject Sample 23:18

1.519Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:20

# 2 0.231Subject Sample 23:21

2.125Breath Volume 23:21

0.000Air Blank 23:22

0.076Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:1812/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:23

Clearwater PD

GILES,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

PETER

11/28/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.076Control Test 01:14

0.000Air Blank 01:14

# 1 0.000Subject Sample 01:15

3.234Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.000Subject Sample 01:17

3.285Breath Volume 01:17

0.000Air Blank 01:18

0.076Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 12/22/2022 16:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:0212/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:04

Clearwater PD

GILES,OFFICER

03/05/2024

35521080A2

Clearwater PD

GILES,OFFICER,G

WALKER

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.077Control Test 22:59

0.000Air Blank 23:00

# 1 0.142Subject Sample 23:02

1.562Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:04

# 2 0.147Subject Sample 23:05

1.699Breath Volume 23:05

0.000Air Blank 23:06

0.076Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:07

Data Download Date/Time: 01/20/2023 01:03

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:5112/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

09:08

Clearwater PD

MILLER,CHRISTOPHER

05/05/2024

07622080A2

Clearwater PD

MILLER,CHRISTOPHER,T

MARINE

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

Air Blank 22:21 RFI Detect

0.000Air Blank 22:21

Data Download Date/Time: 01/20/2023 01:03

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:1312/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:08

Clearwater PD

MILLER,CHRISTOPHER

05/05/2024

07622080A2

Clearwater PD

MILLER,CHRISTOPHER,T

MARINE

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:25

0.077Control Test 22:25

0.000Air Blank 22:26

# 1 0.207Subject Sample 22:28

2.328Breath Volume 22:28

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.211Subject Sample 22:31

2.777Breath Volume 22:31

Air Blank 22:31 RFI Detect

0.000Air Blank 22:32

Data Download Date/Time: 01/20/2023 01:03

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:5612/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:08

Clearwater PD

MILLER,CHRISTOPHER

05/05/2024

07622080A2

Clearwater PD

MILLER,CHRISTOPHER,T

MARINE

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.077Control Test 22:37

0.000Air Blank 22:37

# 1 0.220Subject Sample 22:38

1.726Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:40

# 2 0.219Subject Sample 22:41

1.929Breath Volume 22:41

0.000Air Blank 22:42

0.077Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 01/20/2023 01:03

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:0112/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:21

Clearwater PD

YEATES,SCOTT

03/05/2024

35521080A2

Clearwater PD

YEATES,SCOTT,W

HAWK

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.078Control Test 23:06

0.000Air Blank 23:06

# 1 0.054Subject Sample 23:07

2.195Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:09

# 2 0.054Subject Sample 23:10

2.480Breath Volume 23:10

0.000Air Blank 23:11

0.078Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:12

Data Download Date/Time: 01/20/2023 01:03

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:3112/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:26

Clearwater PD

BRUNEAU,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

CRUZ CRUZ

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.077Control Test 01:12

0.000Air Blank 01:13

# 1 0.162Subject Sample 01:13

3.910Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.161Subject Sample 01:16

3.796Breath Volume 01:16

0.000Air Blank 01:17

0.077Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:01:3912/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:12

Clearwater PD

YEATES,SCOTT

03/05/2024

35521080A2

Clearwater PD

YEATES,SCOTT,W

DORNER

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:50

0.000Air Blank 16:50

0.077Control Test 16:51

0.000Air Blank 16:51

# 1Subject Sample 16:54 No Sample Provided

0.000Breath Volume 16:54

0.000Air Blank 16:55

0.000Air Blank 16:57

# 2Subject Sample 17:00 No Sample Provided

0.000Breath Volume 17:00

0.000Air Blank 17:00

0.077Control Test 17:01

0.000Air Blank 17:01

OKDiagnostics Check 17:01

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:1312/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

18:02

Clearwater PD

BRUNEAU,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

CURRINGTON

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.076Control Test 18:22

0.000Air Blank 18:23

# 1Subject Sample 18:23 Subject Test Refused

0.000Breath Volume 18:23

0.000Air Blank 18:24

0.076Control Test 18:24

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:1412/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:45

Clearwater PD

YEATES,SCOTT

03/05/2024

35521080A2

Clearwater PD

YEATES,SCOTT,W

PARKS

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.077Control Test 22:19

0.000Air Blank 22:19

# 1 0.073Subject Sample 22:20

2.312Breath Volume 22:20

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.071Subject Sample 22:24

2.433Breath Volume 22:24

0.000Air Blank 22:25

0.076Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:3412/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

01:33

Jacksonville SO

PETERSON,J

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

DE LA CANAL

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.083Control Test 03:43

0.000Air Blank 03:44

# 1 0.197Subject Sample 03:44

2.542Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.188Subject Sample 03:47

2.296Breath Volume 03:47

0.000Air Blank 03:48

0.082Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 12/12/2022 13:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:54:4912/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

06:36

Jacksonville SO

GONZALEZ,G

05/05/2024

07622080A3

Jacksonville SO

GRIFFIN,J,D

COLLINS

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:45

0.000Air Blank 08:45

0.081Control Test 08:46

0.000Air Blank 08:46

# 1 0.176Subject Sample 08:47

2.324Breath Volume 08:47

0.000Air Blank 08:48

0.000Air Blank 08:49

# 2 0.146Subject Sample 08:50

1.546Breath Volume 08:50

0.000Air Blank 08:50

0.000Air Blank 08:52

# 3 0.173Subject Sample 08:53

2.628Breath Volume 08:53

0.000Air Blank 08:53

0.078Control Test 08:54

0.000Air Blank 08:54

OKDiagnostics Check 08:54

Data Download Date/Time: 12/12/2022 13:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:2812/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:13

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

PAGAN

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.083Control Test 23:12

0.000Air Blank 23:12

# 1 0.226Subject Sample 23:13

1.179Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.222Subject Sample 23:16

1.363Breath Volume 23:16

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 12/12/2022 13:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:1212/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:19

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

PLOOF

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:57

0.000Air Blank 00:57

# 1 0.396Subject Sample 00:58

2.921Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.400Subject Sample 01:01

3.003Breath Volume 01:01

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 12/12/2022 13:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5912/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

23:15

Jacksonville SO

LUGO,R

05/05/2024

07622080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

POLLARD

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.081Control Test 01:26

0.000Air Blank 01:26

# 1 0.173Subject Sample 01:27

1.402Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.165Subject Sample 01:30

2.031Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 12/12/2022 13:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:1612/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

20:41

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

PATEL

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.082Control Test 22:25

0.000Air Blank 22:26

# 1 0.126Subject Sample 22:27

1.222Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.122Subject Sample 22:31

1.796Breath Volume 22:31

0.000Air Blank 22:32

0.079Control Test 22:32

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 12/12/2022 13:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4712/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

00:59

Jacksonville Beach

KEEN,C

05/05/2024

07622080A3

Jacksonville Beach

TROTIER,PAUL,F

LAGUNAS

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.082Control Test 02:42

0.000Air Blank 02:43

# 1 0.147Subject Sample 02:44

1.273Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:46

# 2 0.157Subject Sample 02:48

1.402Breath Volume 02:48

0.000Air Blank 02:48

0.080Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 12/12/2022 13:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:1312/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

02:20

Jacksonville Beach

KLING,D

05/05/2024

07622080A3

Jacksonville Beach

TROTIER,PAUL,F

OVERSTAKE

11/16/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.082Control Test 04:15

0.000Air Blank 04:16

# 1 0.160Subject Sample 04:16

1.765Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.167Subject Sample 04:19

1.300Breath Volume 04:19

0.000Air Blank 04:20

0.081Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 12/12/2022 13:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:5912/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

22:16

FHP Troop C

RODRIGUEZ,ALEXANDER

07/05/2023

13921080A2

FHP Troop C

RODRIGUEZ,ALEXANDER,M

KNIGHT

11/18/2022

8100.27

ZEPHYRHILLS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.077Control Test 00:08

0.000Air Blank 00:09

# 1 0.255Subject Sample 00:09

1.765Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.266Subject Sample 00:12

1.769Breath Volume 00:12

0.000Air Blank 00:13

0.076Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 12/28/2022 09:48

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:19:4912/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:53

15:01

Largo PD

COOK,ROBERT

11/05/2023

23621080A2

Largo PD

COOK,ROBERT,C

HOFFMAN

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:13

0.000Air Blank 17:14

0.079Control Test 17:14

0.000Air Blank 17:15

# 1 0.000Subject Sample 17:15

1.937Breath Volume 17:15

0.000Air Blank 17:16

0.000Air Blank 17:18

# 2 0.000Subject Sample 17:18

1.722Breath Volume 17:18

0.000Air Blank 17:18

0.079Control Test 17:19

0.000Air Blank 17:19

OKDiagnostics Check 17:19

Data Download Date/Time: 01/11/2023 11:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:0012/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:35

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

HOOFNAGLE

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:14

# 1 0.141Subject Sample 05:15

1.929Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:17

# 2 0.123Subject Sample 05:18

1.812Breath Volume 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:20

Data Download Date/Time: 01/11/2023 11:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:1912/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:55

Largo PD

GARDNER,ANTHONY

11/05/2023

23621080A2

Largo PD

KATZ,JUSTIN,T

JONES

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:41

# 1 0.165Subject Sample 21:42

1.812Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.154Subject Sample 21:45

1.382Breath Volume 21:45

0.000Air Blank 21:46

0.078Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 01/11/2023 11:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:1612/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

21:12

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

RYAN

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1Subject Sample 21:57 No Sample Provided

0.000Breath Volume 21:57

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.226Subject Sample 22:00

2.871Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 3 0.215Subject Sample 22:03

2.679Breath Volume 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 01/11/2023 11:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2912/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

04:26

Polk County SO

BELCHER,ALEX

08/05/2024

15922080A3

Polk County SO

BELCHER,ALEX,B

GALLEGOS-HERNANDEZ

12/06/2022

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.076Control Test 04:55

0.000Air Blank 04:56

# 1 0.102Subject Sample 04:57

1.796Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 04:59

# 2 0.101Subject Sample 05:01

1.933Breath Volume 05:01

0.000Air Blank 05:02

0.077Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 01/10/2023 12:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2412/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:52

Haines City PD

TURNER,LATORIAN

08/05/2024

15922080A3

Haines City PD

TURNER,LATORIAN,T

MACON

12/06/2022

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.078Control Test 03:14

0.000Air Blank 03:15

# 1Subject Sample 03:18 No Sample Provided

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:21

0.077Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 01/10/2023 12:36

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:2012/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:50

FHP Troop C

FERNANDEZ
VILLANUEVA,AMADEO

06/05/2023

11821080A2

FHP Troop C

FERNANDEZ
VILLANUEVA,AMADEO,

WINKELS

11/29/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.081Control Test 05:00

0.000Air Blank 05:00

# 1 0.227Subject Sample 05:01

2.847Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.222Subject Sample 05:04

3.273Breath Volume 05:04

0.000Air Blank 05:05

0.081Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 12/07/2022 09:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3812/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:30

FHP Troop C

DION,KEVIN

06/05/2023

11821080A2

FHP Troop C

DION,KEVIN,J

VALENTINE

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

# 1Subject Sample 03:37 No Sample Provided

0.000Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2Subject Sample 03:43 No Sample Provided

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.082Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 12/07/2022 09:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:1112/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:36

FHP Troop C

FERNANDEZ
VILLANUEVA,AMADEO

06/05/2023

11821080A2

FHP Troop C

FERNANDEZ
VILLANUEVA,AMADEO,

PATEL

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.081Control Test 03:35

0.000Air Blank 03:35

# 1 0.217Subject Sample 03:37

1.679Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.220Subject Sample 03:40

1.527Breath Volume 03:40

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:2812/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:41

FHP Troop C

WAKELAND,KATLYN

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

WELLINGHOFF

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:37

0.080Control Test 20:37

0.000Air Blank 20:38

# 1 0.177Subject Sample 20:38

2.222Breath Volume 20:38

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.175Subject Sample 20:41

2.054Breath Volume 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:2612/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:31

FHP Troop C

BERLYNE,ROGER

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

HENSON

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.082Control Test 21:36

0.000Air Blank 21:36

# 1 0.177Subject Sample 21:37

1.257Breath Volume 21:37

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.180Subject Sample 21:40

1.878Breath Volume 21:40

0.000Air Blank 21:41

0.082Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:0112/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:40

FHP Troop C

WAKELAND,KATLYN

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

ROESS

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.081Control Test 05:34

0.000Air Blank 05:34

# 1 0.173Subject Sample 05:35

3.437Breath Volume 05:35

0.000Air Blank 05:36

0.000Air Blank 05:37

# 2 0.170Subject Sample 05:38

3.777Breath Volume 05:38

0.000Air Blank 05:39

0.080Control Test 05:39

0.000Air Blank 05:39

OKDiagnostics Check 05:40

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:0012/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:47

FHP Troop C

WIBERLY,RYAN

06/05/2023

11821080A2

FHP Troop C

WIBERLY,RYAN,T

WYATT

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.080Control Test 20:00

0.000Air Blank 20:01

# 1 0.155Subject Sample 20:01

1.480Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:04

# 2 0.163Subject Sample 20:04

1.742Breath Volume 20:04

0.000Air Blank 20:05

0.080Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:06

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:49:4712/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:23

07:40

Dade City PD

REID,J

06/05/2023

11821080A2

Pasco County SO

WATSON,WILLIAM,M

VOGEL

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:43

0.000Air Blank 08:43

0.082Control Test 08:44

0.000Air Blank 08:44

# 1 0.000Subject Sample 08:45

3.546Breath Volume 08:45

0.000Air Blank 08:45

0.000Air Blank 08:47

# 2 0.000Subject Sample 08:48

2.136Breath Volume 08:48

0.000Air Blank 08:48

0.082Control Test 08:49

0.000Air Blank 08:49

OKDiagnostics Check 08:49

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:3012/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:22

FHP Troop C

WAKELAND,KATLYN

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

RIOS

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:27

# 1Subject Sample 00:29 Subject Test Refused

0.019Breath Volume 00:29

Air Blank 00:30 RFI Detect

0.000Air Blank 00:30

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5112/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:08

Pasco County SO

ARBOLEDA,JUAN

06/05/2023

11821080A2

Pasco County SO

COLLINS,THOMAS,J

HALDEMAN

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:31

# 1 0.214Subject Sample 03:32

2.226Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.203Subject Sample 03:35

2.316Breath Volume 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:2712/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:06

Pasco County SO

COLLINS,THOMAS

06/05/2023

11821080A2

Pasco County SO

COLLINS,THOMAS,J

RIOS GUZMAN

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.082Control Test 05:23

0.000Air Blank 05:23

# 1 0.054Subject Sample 05:25

1.480Breath Volume 05:25

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.049Subject Sample 05:27

2.140Breath Volume 05:27

0.000Air Blank 05:28

0.082Control Test 05:28

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:3612/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:56

FHP Troop C

HERNANDEZ,ALAIN

06/05/2023

11821080A2

FHP Troop C

HERNANDEZ,ALAIN,

STEVENS

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.082Control Test 23:00

0.000Air Blank 23:01

# 1 0.165Subject Sample 23:02

2.644Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.161Subject Sample 23:05

2.179Breath Volume 23:05

0.000Air Blank 23:05

0.081Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5412/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

23:05

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

KELLY

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

# 1 0.150Subject Sample 02:18

1.507Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.146Subject Sample 02:22

1.574Breath Volume 02:22

0.000Air Blank 02:22

0.080Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:3212/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

03:38

Jacksonville SO

MCCLAIN,T

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

GUERRA

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:34

0.000Air Blank 05:35

0.080Control Test 05:35

0.000Air Blank 05:35

# 1Subject Sample 05:36 Subject Test Refused

0.000Breath Volume 05:36

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:0712/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:29

Jacksonville SO

PETERSON,J

05/05/2024

07622080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

SHVETS

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:48 Subject Test Refused

0.000Breath Volume 03:48

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:0512/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

22:24

Jacksonville SO

SMITH,M

05/05/2024

07622080A3

FHP Troop G

LIGHTSEY,ROBERT,D

HALQUIST

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.082Control Test 00:04

0.000Air Blank 00:04

# 1 0.167Subject Sample 00:07

1.835Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.157Subject Sample 00:11

1.289Breath Volume 00:11

0.000Air Blank 00:12

0.082Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4012/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

23:36

Jacksonville SO

ULYSSE,S

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

LURRY

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.082Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.082Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1812/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

00:36

Jacksonville SO

MASOOD,M

05/05/2024

07622080A3

Jacksonville Beach

LIGHTSEY,ROBERT,D

GLINKA

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.082Control Test 03:34

0.000Air Blank 03:35

# 1 0.068Subject Sample 03:36

1.542Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.071Subject Sample 03:39

1.835Breath Volume 03:39

0.000Air Blank 03:40

0.082Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:3412/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:03

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

THORNTON

12/09/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:53

0.082Control Test 05:53

0.000Air Blank 05:54

# 1Subject Sample 05:54 Subject Test Refused

0.000Breath Volume 05:54

0.000Air Blank 05:54

0.082Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:5912/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:05

Jacksonville SO

HARRELL,R

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

BADAWIAH

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

# 1 0.115Subject Sample 02:49

2.167Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.119Subject Sample 02:52

1.707Breath Volume 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4212/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:35

Jacksonville SO

PETERSON,J

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

WEBB

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.080Control Test 04:04

0.000Air Blank 04:04

# 1 0.216Subject Sample 04:07 Volume Not Met

0.632Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.199Subject Sample 04:11

1.683Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 3 0.208Subject Sample 04:15

1.808Breath Volume 04:15

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 12/29/2022 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:4412/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

15:10

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

SMITH,RICKEYA,L

HENDERSON

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:00

0.000Air Blank 18:00

0.080Control Test 18:01

0.000Air Blank 18:01

# 1 0.147Subject Sample 18:03

3.000Breath Volume 18:03

0.000Air Blank 18:03

0.000Air Blank 18:05

# 2 0.146Subject Sample 18:06

2.890Breath Volume 18:06

0.000Air Blank 18:06

0.079Control Test 18:07

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 01/12/2023 15:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:4412/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

01:50

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

FERNANDEZ MENDOZA

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:23

# 1 0.078Subject Sample 03:25

3.882Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.074Subject Sample 03:28

3.359Breath Volume 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 01/12/2023 15:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:4312/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:32

14:38

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

MILIHOVSZKY

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:52

0.000Air Blank 16:53

0.080Control Test 16:53

0.000Air Blank 16:54

# 1 0.418Subject Sample 16:55

3.667Breath Volume 16:55

0.000Air Blank 16:56

0.000Air Blank 16:58

# 2 0.415Subject Sample 16:59

3.546Breath Volume 16:59

0.000Air Blank 16:59

0.081Control Test 17:00

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 01/12/2023 15:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:09:2812/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:38

08:41

FHP Troop D

LOPEZ,HECTOR

02/10/2025

402357111

FHP Troop D

LOPEZ,HECTOR,J

THORNBERRY

11/17/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:03

0.000Air Blank 11:03

0.083Control Test 11:03

0.000Air Blank 11:04

# 1 0.000Subject Sample 11:04

2.507Breath Volume 11:04

0.000Air Blank 11:05

0.000Air Blank 11:07

# 2 0.000Subject Sample 11:08

2.785Breath Volume 11:08

0.000Air Blank 11:08

0.083Control Test 11:08

0.000Air Blank 11:09

OKDiagnostics Check 11:09

Data Download Date/Time: 12/11/2022 02:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:2912/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

17:00

FHP Troop D

LOPEZ,GEORGE

02/10/2025

402357111

FHP Troop D

PROVENCHER,JOSHUA,D

ROBERSON

11/17/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.082Control Test 18:36

0.000Air Blank 18:36

# 1 0.205Subject Sample 18:37

1.703Breath Volume 18:37

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2 0.192Subject Sample 18:43 Volume Not Met

0.230Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 3 0.206Subject Sample 18:47

1.308Breath Volume 18:47

0.000Air Blank 18:48

0.080Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 12/11/2022 02:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:5312/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

11:18

FHP Troop D

WIGGINS,TYLER

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

WIMBERLY

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.082Control Test 00:29

0.000Air Blank 00:29

# 1 0.000Subject Sample 00:30

1.734Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.000Subject Sample 00:33

2.011Breath Volume 00:33

0.000Air Blank 00:33

0.082Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 12/11/2022 02:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0712/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:17

FHP Troop D

WIGGINS,TYLER

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

ADAMONIS

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.081Control Test 02:25

0.000Air Blank 02:26

# 1 0.166Subject Sample 02:26

1.699Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.162Subject Sample 02:29

2.507Breath Volume 02:29

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 12/11/2022 02:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:0012/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:32

FHP Troop D

MACK,SHAWN

02/10/2025

402357111

FHP Troop D

MACK,SHAWN,A

MCREYNOLDS

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.082Control Test 02:43

0.000Air Blank 02:43

# 1 0.205Subject Sample 02:44

1.675Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:46

# 2 0.195Subject Sample 02:47

2.070Breath Volume 02:47

0.000Air Blank 02:48

0.081Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:49

Data Download Date/Time: 12/11/2022 02:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:18:4812/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:43

14:33

FHP Troop D

WOLFF,ROSE

02/10/2025

402357111

FHP Troop D

PROVENCHER,JOSHUA,D

BORRACHANDO FLORES

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:08

0.000Air Blank 16:09

0.080Control Test 16:09

0.000Air Blank 16:09

# 1 0.274Subject Sample 16:13

1.636Breath Volume 16:13

0.000Air Blank 16:13

0.000Air Blank 16:15

# 2 0.262Subject Sample 16:17

1.296Breath Volume 16:17

0.000Air Blank 16:17

0.079Control Test 16:18

0.000Air Blank 16:18

OKDiagnostics Check 16:18

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:2512/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:51

FHP Troop D

WIGGINS,TYLER

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

LOPEZ

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.082Control Test 23:54

0.000Air Blank 23:55

# 2 0.131Subject Sample 23:58 Volume Not Met

0.753Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1Subject Sample 00:02 Subject Test Refused

0.960Breath Volume 00:02

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:4712/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:51

FHP Troop D

WIGGINS,TYLER

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

LOPEZ

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

# 1 0.148Subject Sample 00:07

1.289Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.151Subject Sample 00:11

1.574Breath Volume 00:11

0.000Air Blank 00:11

0.080Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2312/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:31

FHP Troop D

HITCHCOCK,WILLIAM

02/10/2025

402357111

FHP Troop D

HITCHCOCK,WILLIAM,D

SALAZAR

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.083Control Test 02:08

0.000Air Blank 02:09

# 1 0.137Subject Sample 02:09

2.203Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.132Subject Sample 02:12

2.554Breath Volume 02:12

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:0612/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:37

FHP Troop D

WIGGINS,TYLER

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

WALTON

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.082Control Test 21:29

0.000Air Blank 21:30

# 1 0.103Subject Sample 21:31

1.972Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.099Subject Sample 21:34

1.582Breath Volume 21:34

0.000Air Blank 21:35

0.081Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:5812/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:33

FHP Troop D

PENA,MARISSA

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

MONGEON

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:56

0.000Air Blank 21:57

0.081Control Test 21:57

0.000Air Blank 21:58

# 1 0.146Subject Sample 22:00

1.570Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:02

# 2 0.141Subject Sample 22:03

1.292Breath Volume 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:1012/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

21:30

FHP Troop D

FINK,ZACHARY

02/10/2025

402357111

FHP Troop D

FINK,ZACHARY,I

HART

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:04

0.082Control Test 23:05

0.000Air Blank 23:05

# 1 0.153Subject Sample 23:06

1.128Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:08

# 2 0.147Subject Sample 23:09

1.316Breath Volume 23:09

0.000Air Blank 23:10

0.082Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:37:2012/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:46

FHP Troop D

MESA NUNEZ,WALDO

02/10/2025

402357111

FHP Troop D

MESA NUNEZ,WALDO,

TREJO MARTINEZ

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:25

0.000Air Blank 15:26

0.083Control Test 15:26

0.000Air Blank 15:26

# 1 0.216Subject Sample 15:30 Volume Not Met

0.054Breath Volume 15:30

0.000Air Blank 15:30

0.000Air Blank 15:32

# 2 0.194Subject Sample 15:35 Volume Not Met

0.121Breath Volume 15:35

0.000Air Blank 15:36

0.081Control Test 15:36

0.000Air Blank 15:37

OKDiagnostics Check 15:37

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:4112/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:37

17:00

FHP Troop D

PROVENCHER,JOSHUA

02/10/2025

402357111

FHP Troop D

PROVENCHER,JOSHUA,D

LEWIS

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:05

0.000Air Blank 18:05

0.083Control Test 18:05

0.000Air Blank 18:06

# 1 0.151Subject Sample 18:08

1.210Breath Volume 18:08

0.000Air Blank 18:09

0.000Air Blank 18:11

# 2 0.153Subject Sample 18:12

1.148Breath Volume 18:12

0.000Air Blank 18:12

0.080Control Test 18:13

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:5912/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:29

FHP Troop C

HUSBANDS,TYLER

02/05/2024

02422080A1

FHP Troop C

GALLOWAY,GRANT,D

MAYE PALMA

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:03

# 1 0.088Subject Sample 04:05

1.320Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 2 0.089Subject Sample 04:08

1.753Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 02/01/2023 13:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:5312/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

01:13

FHP Troop C

GALLOWAY,GRANT

02/05/2024

02422080A1

FHP Troop C

GALLOWAY,GRANT,D

WILLEY

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:37

# 1 0.185Subject Sample 01:38

2.003Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.186Subject Sample 01:41

1.101Breath Volume 01:41

0.000Air Blank 01:41

0.081Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 02/01/2023 13:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:0812/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:42

FHP Troop C

GALLOWAY,GRANT

02/05/2024

02422080A1

FHP Troop C

GALLOWAY,GRANT,D

ELEY

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.081Control Test 02:08

0.000Air Blank 02:09

# 1 0.171Subject Sample 02:10

3.117Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.178Subject Sample 02:13

3.128Breath Volume 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 02/01/2023 13:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:5912/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

03:32

FHP Troop C

JENKINS,ANTHONY

02/05/2024

02422080A1

Hillsborough Co SO

GALLOWAY,GRANT,D

SIMEOLI

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:53

0.081Control Test 05:53

0.000Air Blank 05:54

# 1 0.161Subject Sample 05:55

3.589Breath Volume 05:55

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.156Subject Sample 05:58

2.921Breath Volume 05:58

0.000Air Blank 05:59

0.080Control Test 05:59

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 02/01/2023 13:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:4512/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:32

Deland PD

MERCADO,ANGEL

01/06/2024

1433248

Deland PD

WATTS,SHANNON,N

PEREZ RIVERA

11/30/2022

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.079Control Test 21:39

0.000Air Blank 21:40

# 1Subject Sample 21:40 Subject Test Refused

0.000Breath Volume 21:40

0.000Air Blank 21:40

0.079Control Test 21:41

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 01/03/2023 16:37

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:5812/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

20:12

Deland PD

COOPER,WILLIAM

01/06/2024

1433248

Deland PD

COOPER,WILLIAM,J

MILER

11/30/2022

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

Air Blank 21:02 RFI Detect

0.000Air Blank 21:02

Data Download Date/Time: 01/03/2023 16:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:3912/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

20:12

Deland PD

COOPER,WILLIAM

01/06/2024

1433248

Deland PD

COOPER,WILLIAM,J

MILER

11/30/2022

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:06

# 1Subject Sample 21:06 Subject Test Refused

0.000Breath Volume 21:06

0.000Air Blank 21:06

0.080Control Test 21:07

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 01/03/2023 16:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:4012/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:57

Deland PD

BURNS,DARIUS

01/06/2024

1433248

Deland PD

LARGE,GWENYTH,S

GAEBEL

11/30/2022

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.080Control Test 23:56

0.000Air Blank 23:57

# 2 0.141Subject Sample 23:58

1.816Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.134Subject Sample 00:02

1.605Breath Volume 00:02

0.000Air Blank 00:02

0.077Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 01/03/2023 16:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:4212/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:25

Deland PD

BURNS,DARIUS

01/06/2024

1433248

Deland PD

WALTER,CRAIG,K

TEMPLE

11/30/2022

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.079Control Test 00:38

0.000Air Blank 00:38

# 1 0.000Subject Sample 00:41 Volume Not Met

0.476Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.000Subject Sample 00:44

2.105Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 3 0.000Subject Sample 00:50 Volume Not Met

0.300Breath Volume 00:50

0.000Air Blank 00:50

0.081Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 01/03/2023 16:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4012/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:48

Deland PD

CODY,RICHARD

01/06/2024

1433248

Deland PD

JOHNSON,ROMAN,T

VARVEL

11/30/2022

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

# 1Subject Sample 02:19 No Sample Provided

0.000Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2Subject Sample 02:25 No Sample Provided

0.000Breath Volume 02:25

0.000Air Blank 02:25

0.081Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 01/03/2023 16:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4612/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:48

Deland PD

CODY,RICHARD

01/06/2024

1433248

Deland PD

JOHNSON,ROMAN,T

VARVEL

11/30/2022

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1 0.256Subject Sample 02:42

1.328Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.224Subject Sample 02:48 Volume Not Met

0.015Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 3 0.217Subject Sample 02:53 Volume Not Met

0.203Breath Volume 02:53

0.000Air Blank 02:54

0.077Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 01/03/2023 16:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001118CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1312/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:06

FHP Troop A

BAILEY,RAYMOND

01/20/2025

402328118

FHP Troop A

BAILEY,RAYMOND,F

WHITFIELD

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:56

# 1 0.159Subject Sample 00:57

1.148Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.195Subject Sample 01:00

2.890Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 3 0.189Subject Sample 01:03

2.683Breath Volume 01:03

0.000Air Blank 01:04

0.082Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 01/25/2023 11:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:5612/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:10

FHP TROOP K

ESTEVEZ,BRYAN

08/03/2023

1356262

FHP TROOP K

ESTEVEZ,BRYAN,

RODRIGUEZ

12/01/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.082Control Test 23:52

0.000Air Blank 23:52

# 1 0.177Subject Sample 23:53

2.894Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.175Subject Sample 23:56

2.292Breath Volume 23:56

0.000Air Blank 23:57

0.082Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 02/01/2023 18:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:3312/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:09

FHP TROOP K

DIAZ,OJANIS

08/03/2023

1356262

FHP TROOP K

DIAZ,OJANIS,

SANTANA

12/01/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.082Control Test 03:41

0.000Air Blank 03:41

# 1 0.155Subject Sample 03:43

2.375Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.143Subject Sample 03:47

1.476Breath Volume 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 02/01/2023 18:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:3512/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

19:56

Auburndale PD

JOHNSON,BRAD

08/05/2024

15922080A3

Auburndale PD

SWAN,DANNY,A

WRIGHT

11/07/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.081Control Test 20:56

0.000Air Blank 20:57

# 1 0.171Subject Sample 20:58

1.441Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.184Subject Sample 21:01

1.464Breath Volume 21:01

0.000Air Blank 21:01

0.080Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 12/06/2022 12:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:3612/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:55

Polk County SO

BELCHER,ALEX

08/05/2024

15922080A3

Polk County SO

BELCHER,ALEX,B

FEBRES-RIVERO

11/07/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

# 1 0.083Subject Sample 01:54

1.738Breath Volume 01:54

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.073Subject Sample 01:57

1.937Breath Volume 01:57

0.000Air Blank 01:57

0.080Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 12/06/2022 12:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:24:4712/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:19

Bartow PD

AGOSTINO,VINCENT

08/05/2024

15922080A3

Bartow PD

ROQUE,ALEXANDER,

MARTINEZ-HERNANDEZ

11/07/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:18

0.000Air Blank 06:19

0.080Control Test 06:19

0.000Air Blank 06:20

# 1 0.110Subject Sample 06:20

2.113Breath Volume 06:20

0.000Air Blank 06:21

0.000Air Blank 06:22

# 2 0.108Subject Sample 06:23

2.511Breath Volume 06:23

0.000Air Blank 06:23

0.079Control Test 06:24

0.000Air Blank 06:24

OKDiagnostics Check 06:24

Data Download Date/Time: 12/06/2022 12:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:2912/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

21:50

Polk County SO

BELCHER,ALEX

08/05/2024

15922080A3

Polk County SO

BELCHER,ALEX,B

MOCK

11/07/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.079Control Test 22:51

0.000Air Blank 22:51

# 1 0.113Subject Sample 22:52

1.750Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.117Subject Sample 22:56

2.339Breath Volume 22:56

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 12/06/2022 12:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:5312/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

01:23

Polk County SO

KITE,JACOB

08/05/2024

15922080A3

Polk County SO

SYKES,STEVEN,

GARCIA RODRIGUEZ

11/07/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

# 1 0.128Subject Sample 01:30

1.363Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.124Subject Sample 01:33

1.269Breath Volume 01:33

0.000Air Blank 01:33

0.080Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 12/06/2022 12:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:0912/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:55

Polk County SO

BLACKMAN,GERIG

08/05/2024

15922080A3

Polk County SO

BLACKMAN,GERIG,A

SEBASTIAN

11/07/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

# 1 0.127Subject Sample 01:44

1.542Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.125Subject Sample 01:47

1.425Breath Volume 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/06/2022 12:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:4212/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:39

Polk County SO

HODGES,MARCO

08/05/2024

15922080A3

Polk County SO

HODGES,MARCO,A

GARCIA

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

# 1Subject Sample 04:43 No Sample Provided

0.000Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2Subject Sample 04:49 No Sample Provided

0.000Breath Volume 04:49

0.000Air Blank 04:49

0.080Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 01/10/2023 12:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:31:1812/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:16

Polk County SO

LUCAS,NATHANIEL

08/05/2024

15922080A3

Polk County SO

LUCAS,NATHANIEL,

WARNER

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:28

0.000Air Blank 16:28

0.080Control Test 16:29

0.000Air Blank 16:29

# 1Subject Sample 16:29 Subject Test Refused

0.000Breath Volume 16:29

0.000Air Blank 16:30

0.081Control Test 16:30

0.000Air Blank 16:31

OKDiagnostics Check 16:31

Data Download Date/Time: 01/10/2023 12:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:1712/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:50

Polk County SO

AGOSTINO,VINCENT

08/05/2024

15922080A3

Bartow PD

COLON,KIARA,F

JOHNSON

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:00

# 1 0.168Subject Sample 03:02

1.605Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.167Subject Sample 03:07

1.714Breath Volume 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 01/10/2023 12:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3512/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:50

Polk County SO

BLACKMAN,GERIG

08/05/2024

15922080A3

Polk County SO

BLACKMAN,GERIG,A

BROWN

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:04

# 1 0.112Subject Sample 02:05

1.988Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.112Subject Sample 02:09

1.562Breath Volume 02:09

0.000Air Blank 02:09

0.079Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 01/10/2023 12:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0612/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:30

Polk County SO

BLACKMAN,GERIG

08/05/2024

15922080A3

Polk County SO

BLACKMAN,GERIG,A

ADAMS

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

# 1Subject Sample 22:48 No Sample Provided

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2Subject Sample 22:53 No Sample Provided

0.000Breath Volume 22:53

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 01/10/2023 12:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:5712/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:55

Polk County SO

PROPST,JOHN

08/05/2024

15922080A3

Polk County SO

PROPST,JOHN,B

CARTER

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:22

# 1 0.000Subject Sample 20:26 Volume Not Met

0.152Breath Volume 20:26

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2Subject Sample 20:31 No Sample Provided

0.000Breath Volume 20:31

0.000Air Blank 20:32

0.081Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 01/10/2023 12:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2012/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:05

Polk County SO

REGISTER,JUSTIN

08/05/2024

15922080A3

Polk County SO

REGISTER,JUSTIN,D

HUFFMAN

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:57

# 1 0.185Subject Sample 01:00

1.214Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2Subject Sample 01:06 No Sample Provided

0.000Breath Volume 01:06

0.000Air Blank 01:06

0.000Air Blank 01:08

# 3Subject Sample 01:11 No Sample Provided

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 01/10/2023 12:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:22:3012/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:51

08:08

Polk County SO

PROPST,JOHN

08/05/2024

15922080A3

Polk County SO

PROPST,JOHN,B

CARNELY

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 09:15

0.000Air Blank 09:16

0.080Control Test 09:16

0.000Air Blank 09:16

# 1 0.195Subject Sample 09:17

1.781Breath Volume 09:17

0.000Air Blank 09:18

0.000Air Blank 09:20

# 2 0.202Subject Sample 09:21

1.476Breath Volume 09:21

0.000Air Blank 09:21

0.080Control Test 09:21

0.000Air Blank 09:22

OKDiagnostics Check 09:22

Data Download Date/Time: 01/10/2023 12:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:5812/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:19

Bartow PD

ST JUISTE,YVENS

08/05/2024

15922080A3

Bartow PD

ROQUE,ALEXANDER,

SMITH

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 00:00

# 1 0.190Subject Sample 00:01

1.222Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:03

# 2 0.202Subject Sample 00:04

1.566Breath Volume 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 01/10/2023 12:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:13:0912/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:42

13:02

FHP Troop C

SOTO,MAVERICK

08/05/2024

15922080A3

FHP Troop C

SOTO,MAVERICK,

ORDENANA

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:05

0.000Air Blank 14:06

0.081Control Test 14:06

0.000Air Blank 14:07

# 1 0.000Subject Sample 14:08

1.199Breath Volume 14:08

0.000Air Blank 14:09

0.000Air Blank 14:11

# 2 0.000Subject Sample 14:11

1.105Breath Volume 14:11

0.000Air Blank 14:12

0.079Control Test 14:12

0.000Air Blank 14:13

OKDiagnostics Check 14:13

Data Download Date/Time: 01/10/2023 12:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:0912/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

16:57

Polk County SO

JOHNSTON,CHRISTOPHER

08/05/2024

15922080A3

Polk County SO

JOHNSTON,CHRISTOPHER,T

MARTIN

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.079Control Test 18:41

0.000Air Blank 18:42

# 1Subject Sample 18:45 No Sample Provided

0.000Breath Volume 18:45

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2Subject Sample 18:50 No Sample Provided

0.000Breath Volume 18:50

0.000Air Blank 18:51

0.079Control Test 18:51

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 01/10/2023 12:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0112/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:18

Bartow PD

HAMILTON,ROBERT

08/05/2024

15922080A3

Bartow PD

HAMILTON,ROBERT,E

ZEALLEY

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.081Control Test 01:58

0.000Air Blank 01:59

# 1 0.234Subject Sample 01:59

3.820Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.232Subject Sample 02:02

3.437Breath Volume 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:04

Data Download Date/Time: 01/10/2023 12:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:2812/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:26

Polk County SO

REGISTER,JUSTIN

08/05/2024

15922080A3

Polk County SO

REGISTER,JUSTIN,D

BLYDENBURGH

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:17

# 1 0.259Subject Sample 23:17

1.687Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.264Subject Sample 23:20

1.843Breath Volume 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 01/10/2023 12:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0612/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:50

Polk County SO

BLACKMAN,GERIG

08/05/2024

15922080A3

Polk County SO

BLACKMAN,GERIG,A

PELLEGRINI

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:57

0.000Air Blank 00:57

# 1 0.158Subject Sample 01:00

1.289Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.150Subject Sample 01:04

1.488Breath Volume 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 01/10/2023 12:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:3012/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:46

Polk County SO

BLACKMAN,GERIG

08/05/2024

15922080A3

Polk County SO

BLACKMAN,GERIG,A

GIUDICE

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.082Control Test 02:01

0.000Air Blank 02:01

# 1 0.220Subject Sample 02:02

2.765Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.237Subject Sample 02:04

2.132Breath Volume 02:04

0.000Air Blank 02:05

0.082Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 01/10/2023 12:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:5012/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:56

Polk County SO

PAYNE,ABIGAIL

08/05/2024

15922080A3

Polk County SO

PAYNE,ABIGAIL,D

TUCKER

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.082Control Test 02:20

0.000Air Blank 02:21

# 1 0.135Subject Sample 02:22

1.746Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.136Subject Sample 02:25

1.347Breath Volume 02:25

0.000Air Blank 02:25

0.082Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 01/10/2023 12:19

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:03:3712/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:34

15:53

Polk County SO

PAYNE,ABIGAIL

08/05/2024

15922080A3

Polk County SO

PAYNE,ABIGAIL,D

DOMINGUEZ

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 17:00

0.000Air Blank 17:01

0.082Control Test 17:01

0.000Air Blank 17:02

# 1Subject Sample 17:02 Subject Test Refused

0.000Breath Volume 17:02

0.000Air Blank 17:02

0.083Control Test 17:03

0.000Air Blank 17:03

OKDiagnostics Check 17:03

Data Download Date/Time: 01/10/2023 12:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:3012/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

02:56

Polk County SO

HOPKINS,LANDON

08/05/2024

15922080A3

Polk County SO

DAWSON JR,MICHAEL,E

DCROSSWHITE

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.082Control Test 05:20

0.000Air Blank 05:21

# 1Subject Sample 05:24 No Sample Provided

0.000Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2Subject Sample 05:30 No Sample Provided

0.000Breath Volume 05:30

0.000Air Blank 05:30

0.083Control Test 05:30

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 01/10/2023 12:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:39:0212/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:09

09:39

Auburndale PD

KIRKPATRICK,MATTHEW

08/05/2024

15922080A3

Auburndale PD

KIRKPATRICK,MATTHEW,D

SHAW

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:32

0.000Air Blank 10:33

0.082Control Test 10:33

0.000Air Blank 10:33

# 1 0.151Subject Sample 10:34

1.250Breath Volume 10:34

0.000Air Blank 10:35

0.000Air Blank 10:37

# 2 0.154Subject Sample 10:37

1.726Breath Volume 10:37

0.000Air Blank 10:38

0.082Control Test 10:38

0.000Air Blank 10:38

OKDiagnostics Check 10:39

Data Download Date/Time: 01/10/2023 12:20

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:5712/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:11

Polk County SO

PAYNE,ABIGAIL

08/05/2024

15922080A3

Polk County SO

PAYNE,ABIGAIL,D

FIGUEROA FIGUEROA

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.082Control Test 22:44

0.000Air Blank 22:44

# 1Subject Sample 22:48 No Sample Provided

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2Subject Sample 22:53 No Sample Provided

0.000Breath Volume 22:53

0.000Air Blank 22:54

0.082Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:4912/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

20:04

Polk County SO

HODGES,MARCO

08/05/2024

15922080A3

Polk County SO

HODGES,MARCO,A

PARR

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:48

0.000Air Blank 00:48

# 1 0.095Subject Sample 00:49

1.496Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.092Subject Sample 00:52

1.210Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:2212/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:41

Polk County SO

REGISTER,JUSTIN

08/05/2024

15922080A3

Polk County SO

REGISTER,JUSTIN,D

ATKINSON

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

# 1 0.268Subject Sample 20:43

1.878Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.268Subject Sample 20:46

1.617Breath Volume 20:46

0.000Air Blank 20:47

0.079Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:1512/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:26

Polk County SO

BELCHER,ALEX

08/05/2024

15922080A3

Polk County SO

BELCHER,ALEX,B

BARRUETA-ZELAYA

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:24

0.000Air Blank 05:25

0.080Control Test 05:25

0.000Air Blank 05:26

# 1 0.113Subject Sample 05:26

2.382Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.105Subject Sample 05:29

1.289Breath Volume 05:29

0.000Air Blank 05:30

0.079Control Test 05:30

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:0012/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:19

Polk County SO

REGISTER,JUSTIN

08/05/2024

15922080A3

Polk County SO

REGISTER,JUSTIN,D

AGUIRRE

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

# 1 0.122Subject Sample 23:02

1.359Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:04

# 2 0.119Subject Sample 23:05

1.332Breath Volume 23:05

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:07

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:1712/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:34

FHP Troop G

MAYNARD,JAMES

12/05/2023

28021080A2

FHP Troop G

MAYNARD,JAMES,W

GRIFFITH

11/22/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

# 1 0.189Subject Sample 02:18

3.695Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.191Subject Sample 02:21

3.046Breath Volume 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/28/2022 13:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3912/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:20

Putnam County SO

JONES,HUNTER

12/05/2023

28021080A2

Putnam County SO

PLEIMAN,ERIC,M

WHITE

11/22/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1 0.197Subject Sample 02:50

1.933Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.197Subject Sample 02:54

1.191Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 12/28/2022 13:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:3412/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

19:25

FHP Troop G

WALL,CAMERON

12/05/2023

28021080A2

Palatka PD

LEROUX,MARC,

HODGES

11/22/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.079Control Test 20:53

0.000Air Blank 20:53

# 1 0.181Subject Sample 20:54

1.648Breath Volume 20:54

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.192Subject Sample 20:57

1.746Breath Volume 20:57

0.000Air Blank 20:57

0.080Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 12/28/2022 13:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:3812/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:05

Putnam County SO

MOTA,J

12/05/2023

28021080A2

Putnam County SO

BRYANT,BRANDEN,J

ARVIZU

11/22/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

# 1 0.173Subject Sample 03:17

1.386Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.170Subject Sample 03:20

1.851Breath Volume 03:20

0.000Air Blank 03:20

0.079Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 12/28/2022 13:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:0212/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:59

Putnam County SO

WINCAPAW,JAKE

12/05/2023

28021080A2

Putnam County SO

PLEIMAN,ERIC,M

SPENCE

11/22/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:37

# 1 0.103Subject Sample 21:38

1.828Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:40

# 2 0.104Subject Sample 21:41

1.515Breath Volume 21:41

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:43

Data Download Date/Time: 12/28/2022 13:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3112/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:06

FHP Troop G

CAPELA,JORDAN

12/05/2023

28021080A2

FHP Troop G

CAPELA,JORDAN,A

HERNANDEZ PENA

11/22/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.081Control Test 01:00

0.000Air Blank 01:00

# 1 0.218Subject Sample 01:01

3.585Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.221Subject Sample 01:03

2.843Breath Volume 01:03

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 12/28/2022 13:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:39:4812/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:42

15:42

Putnam County SO

DAVIS,JARED

12/05/2023

28021080A2

Putnam County SO

DAVIS,JARED,R

RAFFERTY

11/22/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:32

0.000Air Blank 16:33

0.081Control Test 16:33

0.000Air Blank 16:34

# 1 0.307Subject Sample 16:35

1.230Breath Volume 16:35

0.000Air Blank 16:35

0.000Air Blank 16:37

# 2 0.314Subject Sample 16:38

1.542Breath Volume 16:38

0.000Air Blank 16:38

0.080Control Test 16:39

0.000Air Blank 16:39

OKDiagnostics Check 16:39

Data Download Date/Time: 12/28/2022 13:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:0612/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:01

Putnam County SO

BECKTON,QUENTIN

12/05/2023

28021080A2

Palatka PD

PLEIMAN,ERIC,M

ASH

12/25/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:41

# 1 0.142Subject Sample 23:44 Volume Not Met

0.250Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.134Subject Sample 23:50 Volume Not Met

0.417Breath Volume 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 01/23/2023 08:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:3212/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:01

Putnam County SO

BECKTON,QUENTIN

12/05/2023

28021080A2

Palatka PD

PLEIMAN,ERIC,M

ASH

12/25/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

# 1 0.131Subject Sample 00:00 Volume Not Met

0.781Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:02

# 2 0.124Subject Sample 00:06 Volume Not Met

0.894Breath Volume 00:06

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 01/23/2023 08:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:3412/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:05

Volusia County SO

KAPTEN,NALELL

04/14/2025

402419647

Volusia County SO

MITCHELL,ROBERT,J

MORAN

11/30/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:19

# 1 0.102Subject Sample 05:20

1.812Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.105Subject Sample 05:23

2.050Breath Volume 05:23

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 12/23/2022 12:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:2312/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:40

Volusia County SO

DE LA ROSA,JUSTIN

04/14/2025

402419647

Volusia County SO

MITCHELL,ROBERT,J

TURNER

11/30/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:26

0.000Air Blank 23:26

# 1 0.188Subject Sample 23:28

1.210Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.193Subject Sample 23:31

1.617Breath Volume 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

FailDiagnostics Check 23:33 Voltage/Current Test

Air Blank 23:33 RFI Detect

Data Download Date/Time: 12/23/2022 12:58

02 February 2023

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:3412/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:49

Volusia County SO

DE LA ROSA,JUSTIN

04/14/2025

402419647

Volusia County SO

MITCHELL,ROBERT,J

HIGHSMITH

12/23/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.081Control Test 22:33

0.000Air Blank 22:34

# 1 0.155Subject Sample 22:35

1.578Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.155Subject Sample 22:38

1.117Breath Volume 22:38

0.000Air Blank 22:38

0.081Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 01/20/2023 11:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:1312/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

04:01

Volusia County SO

NELSON,W ANDREW

04/14/2025

402419647

Volusia County SO

MITCHELL,ROBERT,J

LEMKE

12/23/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:40

# 1 0.080Subject Sample 04:41

2.238Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.078Subject Sample 04:44

1.925Breath Volume 04:44

0.000Air Blank 04:45

0.080Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 01/20/2023 11:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:5912/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

04:03

Volusia County SO

BECKER,TYLER

04/14/2025

402419647

Volusia County SO

MITCHELL,ROBERT,J

PLUMMER

12/23/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:42

# 1 0.184Subject Sample 04:43

2.699Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:45

# 2 0.191Subject Sample 04:46

2.046Breath Volume 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 01/20/2023 11:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:2112/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:35

Volusia County SO

BECKER,TYLER

04/14/2025

402419647

Volusia County SO

MITCHELL,ROBERT,J

PAINTER

12/23/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.080Control Test 21:27

0.000Air Blank 21:27

# 1 0.238Subject Sample 21:28

1.625Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.243Subject Sample 21:31

2.246Breath Volume 21:31

0.000Air Blank 21:32

0.080Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 01/20/2023 11:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.


