
80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:0805/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:59

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

WILLIAMS

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

Air Blank 23:06 Ambient Fail

0.000Air Blank 23:07

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:4705/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:59

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

WILLIAMS

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 23:08 Internal Printer Test

Air Blank 23:08 Ambient Fail

Data Download Date/Time: 06/08/2022 15:47

08 August 2022

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:2105/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:59

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

WILLIAMS

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

# 1 0.163Subject Sample 23:39

1.710Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.160Subject Sample 23:41

1.652Breath Volume 23:41

0.000Air Blank 23:42

0.077Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:1205/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:15

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

SANFORD

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

Air Blank 21:25 Ambient Fail

Air Blank 21:26 Purge Fail

Data Download Date/Time: 06/08/2022 15:47

08 August 2022

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:0505/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:15

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

SANFORD

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

# 1Subject Sample 21:31 Subject Test Refused

0.000Breath Volume 21:31

0.000Air Blank 21:31

0.078Control Test 21:31

0.000Air Blank 21:32

FailDiagnostics Check 21:32 Analytical Stability Test

0.000Air Blank 21:33

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1305/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

01:02

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

KOTINA

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

Air Blank 01:04 Ambient Fail

0.000Air Blank 01:05

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2305/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

01:01

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

KOTINA

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

# 1 0.206Subject Sample 01:08

1.617Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:10

# 2 0.210Subject Sample 01:11

2.347Breath Volume 01:11

Air Blank 01:12 Purge Fail

0.000Air Blank 01:13

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:5205/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

20:45

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

BOYD

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:45

0.080Control Test 20:46

0.000Air Blank 20:46

# 1 0.120Subject Sample 20:47

1.757Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:49

# 2 0.122Subject Sample 20:50

1.921Breath Volume 20:50

0.000Air Blank 20:50

0.080Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4805/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:47

St. John's County SO

HOWARD,J

07/05/2022

193173

St. John's County SO

HOWARD,J,G

VONDRUSKA

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

Air Blank 02:47 Ambient Fail

0.000Air Blank 02:47

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3805/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:46

St. John's County SO

HOWARD,J

07/05/2022

193173

St. John's County SO

HOWARD,J,G

VONDRUSKA

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

Air Blank 02:50 Ambient Fail

0.000Air Blank 02:50

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5905/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:46

St. John's County SO

HOWARD,J

07/05/2022

193173

St. John's County SO

HOWARD,J,G

VONDRUSKA

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

Air Blank 02:52 Ambient Fail

0.000Air Blank 02:52

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:2105/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

23:08

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

WILSON

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:23

# 1 0.079Subject Sample 23:23

2.359Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.075Subject Sample 23:26

1.753Breath Volume 23:26

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:4105/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:31

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

STANCIL

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

# 1 0.021Subject Sample 02:41

1.945Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.079Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:3605/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:46

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

BENNETT

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

Air Blank 01:58 Ambient Fail

0.000Air Blank 01:58

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:0205/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:46

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

BENNETT

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

Air Blank 02:00 Ambient Fail

0.000Air Blank 02:01

Data Download Date/Time: 06/08/2022 15:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0405/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:46

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEXANDER,

BENNETT

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

# 1 0.216Subject Sample 02:04

3.828Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.199Subject Sample 02:07

3.597Breath Volume 02:07

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

FailDiagnostics Check 02:08 Analytical Stability Test

0.000Air Blank 02:09

Data Download Date/Time: 06/08/2022 15:48

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:1305/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

21:15

St. John's County SO

ELLIS,ALEX

07/05/2022

193173

St. John's County SO

ELLIS,ALEX,

GARD

04/27/2022

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.080Control Test 21:38

0.000Air Blank 21:39

# 1 0.086Subject Sample 21:40

1.527Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.092Subject Sample 21:43

2.574Breath Volume 21:43

0.000Air Blank 21:44

0.081Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 06/08/2022 15:48

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:1105/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:05

Daytona Beach PD

COLON,JOSEPH

03/17/2024

1475154

Daytona Beach PD

SMITH,KARL,C

SMITH

04/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.081Control Test 04:43

Air Blank 04:43 RFI Detect

0.000Air Blank 04:44

Data Download Date/Time: 06/02/2022 08:37

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:1605/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:05

Daytona Beach PD

COLON,JOSEPH

03/17/2024

1475154

Daytona Beach PD

SMITH,KARL,C

SMITH

04/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.081Control Test 04:47

0.000Air Blank 04:47

# 1Subject Sample 04:47 RFI Detect

0.000Breath Volume 04:47

0.000Air Blank 04:48

0.082Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 06/02/2022 08:37

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:3405/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:05

Daytona Beach PD

COLON,JOSEPH

03/17/2024

1475154

Daytona Beach PD

SMITH,KARL,C

SMITH

04/27/2022

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

# 1 0.000Subject Sample 04:57

2.257Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.000Subject Sample 05:00

2.636Breath Volume 05:00

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 06/02/2022 08:37

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:1305/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:29

Deland PD

JAMES,ROYCE

01/06/2024

1433248

Volusia County SO

WALTER,CRAIG,K

LOPEZ

04/30/2022

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.082Control Test 00:01

0.000Air Blank 00:01

# 1 0.091Subject Sample 00:02

1.425Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:04

# 2 0.103Subject Sample 00:05

3.566Breath Volume 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 05/04/2022 19:15

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3805/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:58

Deland PD

CLARK,DAMON

01/06/2024

1433248

Deland PD

WALTER,CRAIG,K

SPENCER

04/30/2022

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.081Control Test 03:26

0.000Air Blank 03:26

# 1 0.221Subject Sample 03:27

1.640Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.224Subject Sample 03:30

1.726Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 05/04/2022 19:15

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:3405/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

22:16

Deland PD

CLARK,DAMON

01/06/2024

1433248

Deland PD

WALTER,CRAIG,K

PODMORE

04/30/2022

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.082Control Test 00:03

0.000Air Blank 00:03

# 1 0.000Subject Sample 00:04

1.871Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.000Subject Sample 00:07

2.968Breath Volume 00:07

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 05/04/2022 19:15

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:2605/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:54

Deland PD

JONES,JONATHAN

01/06/2024

1433248

Deland PD

WALTER,CRAIG,K

MARTINEZ

04/30/2022

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:34

0.000Air Blank 20:34

0.082Control Test 20:35

0.000Air Blank 20:35

# 1 0.206Subject Sample 20:35

1.625Breath Volume 20:35

0.000Air Blank 20:36

0.000Air Blank 20:38

# 2 0.207Subject Sample 20:38

1.843Breath Volume 20:38

0.000Air Blank 20:39

0.080Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 05/04/2022 21:29

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:3705/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:21

OTHER Local

JAMES,ROYCE

04/05/2024

06022080A2

Volusia County SO

RUSHWORTH,JOSEPH,D

DUNHAM

05/04/2022

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.148Subject Sample 22:32

1.640Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.143Subject Sample 22:35

2.250Breath Volume 22:35

0.000Air Blank 22:35

0.080Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 07/11/2022 11:36

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:4005/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:19

New Smyrna Beach PD

SMITH,DESTINY

01/05/2024

33321080A2

New Smyrna Beach PD

HELMS,WILLIAM,A

THOMPSON

04/19/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:07

0.080Control Test 21:07

0.000Air Blank 21:08

# 1 0.164Subject Sample 21:08

1.625Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.162Subject Sample 21:11

1.601Breath Volume 21:11

0.000Air Blank 21:12

0.080Control Test 21:13

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 05/26/2022 16:31

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:2205/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:40

New Smyrna Beach PD

MATTERN,KRISTIAN

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

ABRAHAMSON

04/19/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.081Control Test 20:21

0.000Air Blank 20:22

# 1 0.174Subject Sample 20:22

1.617Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.192Subject Sample 20:25

2.011Breath Volume 20:25

0.000Air Blank 20:26

0.079Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 05/26/2022 16:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:0805/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:17

18:09

New Smyrna Beach PD

MECHTEL,BRANDON

01/05/2024

33321080A2

New Smyrna Beach PD

HUNNEFELD,RALPH,A

WARREN

04/19/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:42

0.000Air Blank 18:43

0.080Control Test 18:43

0.000Air Blank 18:43

# 1 0.190Subject Sample 18:44

1.382Breath Volume 18:44

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.190Subject Sample 18:47

1.816Breath Volume 18:47

0.000Air Blank 18:48

0.080Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 05/26/2022 16:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:4505/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:49

New Smyrna Beach PD

HARRIS,LODRICK

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

REHBEIN

04/19/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1 0.099Subject Sample 03:24

2.863Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.104Subject Sample 03:27

2.699Breath Volume 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

FailDiagnostics Check 03:29 Voltage/Current Test

0.000Air Blank 03:29

Data Download Date/Time: 05/26/2022 16:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3405/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:49

New Smyrna Beach PD

HARRIS,LODRICK

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

REHBEIN

04/19/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

# 1 0.099Subject Sample 03:35

3.972Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.099Subject Sample 03:37

3.039Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 05/26/2022 16:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:1405/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

17:27

New Smyrna Beach PD

SCHAFFER,MATTHEW

01/05/2024

33321080A2

FFWCC (Ocala)

JENKINS,ANDRE,

FOX

05/24/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.081Control Test 19:38

0.000Air Blank 19:38

# 1 0.152Subject Sample 19:39

2.292Breath Volume 19:39

0.000Air Blank 19:40

0.000Air Blank 19:41

# 2 0.153Subject Sample 19:42

2.605Breath Volume 19:42

0.000Air Blank 19:43

0.080Control Test 19:43

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 06/27/2022 16:12

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:4305/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:13

New Smyrna Beach PD

JENKINS,ANDRE

01/05/2024

33321080A2

New Smyrna Beach PD

JENKINS,ANDRE,

REESE

05/24/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.081Control Test 22:49

0.000Air Blank 22:49

# 1Subject Sample 22:52 No Sample Provided

0.000Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2Subject Sample 22:58 No Sample Provided

0.000Breath Volume 22:58

0.000Air Blank 22:58

0.081Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 06/27/2022 16:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:0805/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:00

16:15

New Smyrna Beach PD

VELEZ,ANGEL

01/05/2024

33321080A2

FFWCC (Ocala)

RIERA,SCOTT,A

MARINE-SANCHEZ

05/24/2022

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:42

0.000Air Blank 17:42

0.080Control Test 17:42

0.000Air Blank 17:43

# 1 0.072Subject Sample 17:43

2.632Breath Volume 17:43

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.073Subject Sample 17:46

2.640Breath Volume 17:46

0.000Air Blank 17:47

0.079Control Test 17:47

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 06/27/2022 16:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:2305/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:55

Leon County SO

DAHLKE,JOHN

01/05/2024

33321080A4

Leon County SO

COPELAND,MICHAEL,C

SMITH

05/16/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.081Control Test 20:09

0.000Air Blank 20:09

# 1Subject Sample 20:10 Subject Test Refused

0.000Breath Volume 20:10

0.000Air Blank 20:10

0.079Control Test 20:10

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 06/08/2022 11:07

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0505/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:27

Tallahassee PD

MARCHIONDA,G

01/05/2024

33321080A4

Tallahassee PD

THOMPSON,JEFFREY,A

HUBBARD

05/16/2022

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.081Control Test 01:31

0.000Air Blank 01:31

# 1 0.237Subject Sample 01:32

1.582Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 2 0.222Subject Sample 01:35

1.347Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 06/08/2022 11:07

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001154CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:4805/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

20:01

Volusia County SO

MALETTO,NICHOLAS

09/20/2022

1206004

Volusia County SO

MALETTO,NICHOLAS,R

LOPEZ

04/27/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1 0.245Subject Sample 21:01

2.921Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:03

# 2 0.249Subject Sample 21:04

1.996Breath Volume 21:04

0.000Air Blank 21:04

0.078Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 05/31/2022 20:56

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001154CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3005/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:40

Volusia County SO

MALETTO,NICHOLAS

09/20/2022

1206004

Volusia County SO

MALETTO,NICHOLAS,R

GONZALEZ

04/27/2022

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1 0.249Subject Sample 01:18

1.582Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.226Subject Sample 01:21

1.359Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 3 0.215Subject Sample 01:24

1.199Breath Volume 01:24

0.000Air Blank 01:25

0.077Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 05/31/2022 20:56

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:1205/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:21

Orange City PD

KOCH,JAMES

12/05/2022

28420080A1

Orange City PD

RIVERA,JOSE,L

CENTIMOLE

04/29/2022

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.082Control Test 00:03

0.000Air Blank 00:03

# 1 0.034Subject Sample 00:05

4.574Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:07

# 2 0.033Subject Sample 00:08

5.296Breath Volume 00:08

0.000Air Blank 00:09

0.081Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 05/03/2022 13:37

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:4505/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:50

BREVARD COUNTY SO

NEILL,MICHAEL

11/05/2022

24620080A2

BREVARD COUNTY SO

WINSTEAD,JUSTIN,M

HOGAN

04/21/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:59

0.000Air Blank 18:59

0.081Control Test 19:00

0.000Air Blank 19:00

# 1 0.000Subject Sample 19:01

3.898Breath Volume 19:01

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.000Subject Sample 19:04

4.058Breath Volume 19:04

0.000Air Blank 19:04

0.080Control Test 19:05

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 05/22/2022 13:08

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:1605/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:31

BREVARD COUNTY SO

REVEIRA,JASON

11/05/2022

24620080A2

BREVARD COUNTY SO

PATTERSON,TYLER,J

IRVIN

04/21/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:39

0.000Air Blank 22:40

0.081Control Test 22:40

0.000Air Blank 22:41

# 1 0.032Subject Sample 22:44 Volume Not Met

0.207Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.029Subject Sample 22:49 Volume Not Met

0.175Breath Volume 22:49

0.000Air Blank 22:50

0.080Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 05/22/2022 13:08

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1005/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:58

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2022

24620080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

MYERS

04/21/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

# 1 0.000Subject Sample 02:50

2.613Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.000Subject Sample 02:53

2.167Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 05/22/2022 13:08

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001166CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:0405/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:58

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2022

24620080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

ESTRIPLET

04/21/2022

8100.27

BREVARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:01

# 1 0.000Subject Sample 04:05 Volume Not Met

0.203Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.000Subject Sample 04:10 Volume Not Met

0.058Breath Volume 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:12

Data Download Date/Time: 05/22/2022 13:08

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:3205/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:15

Clermont PD

BURGOS,ANTHONY

02/05/2024

02422080A1

Clermont PD

REASONER,DEBBIE,

DUKE

04/19/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 02:59

# 1 0.333Subject Sample 03:00

1.148Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.319Subject Sample 03:04

1.101Breath Volume 03:04

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 05/26/2022 11:42

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3805/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:13

Clermont PD

LOUISSAINT,R

02/05/2024

02422080A1

Clermont PD

HARPER,JIMMIE,L

CARRION GONZALEZ

04/19/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

# 1 0.000Subject Sample 00:44

2.972Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.000Subject Sample 00:47

3.261Breath Volume 00:47

0.000Air Blank 00:47

0.080Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 05/26/2022 11:42

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4105/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:49

Clermont PD

MORALES,KAYLA

02/05/2024

02422080A1

Clermont PD

HARPER,JIMMIE,L

PERSUAD

04/19/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.139Subject Sample 02:22

1.890Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.147Subject Sample 02:25

2.855Breath Volume 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 05/26/2022 11:42

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:2005/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:29

Clermont PD

PABON,G

02/05/2024

02422080A1

Clermont PD

REASONER,D,

CEDENO

04/19/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

# 1 0.267Subject Sample 23:07

1.191Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:09

# 2 0.276Subject Sample 23:10

1.527Breath Volume 23:10

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 05/26/2022 11:42

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:0505/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

01:03

Clermont PD

JOINER,MORGAN

02/05/2024

02422080A1

Clermont PD

REASONER,D,

NUNEZ

04/19/2022

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1 0.214Subject Sample 01:36

2.304Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.209Subject Sample 01:39

2.128Breath Volume 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:41

Data Download Date/Time: 05/26/2022 11:43

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:3305/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:50

Groveland PD

SOTO,ADRIAN

12/05/2023

28021080A2

Mascotte PD

MAVES,JEFFREY,M

EDWARDS

05/13/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:35

0.000Air Blank 20:36

0.081Control Test 20:36

0.000Air Blank 20:36

# 1 0.255Subject Sample 20:39

1.941Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.238Subject Sample 20:43

1.511Breath Volume 20:43

0.000Air Blank 20:43

0.080Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 06/20/2022 11:44

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:4105/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:14

Groveland PD

CASIMIRO,BRANDON

12/05/2023

28021080A2

Groveland PD

MAVES,JEFFREY,M

FULLERTON

05/13/2022

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.081Control Test 00:01

0.000Air Blank 00:01

# 1 0.209Subject Sample 00:05 Volume Not Met

0.316Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.217Subject Sample 00:08

2.125Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 3 0.212Subject Sample 00:12

1.734Breath Volume 00:12

0.000Air Blank 00:12

0.080Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 06/20/2022 11:44

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:5605/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:55

Martin County SO

VITELLO,MICHAEL

10/05/2022

22620080A3

Martin County SO

VITELLO,MICHAEL,K

PONCE DELEON

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:58

# 1 0.110Subject Sample 03:59

2.726Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:01

# 2 0.113Subject Sample 04:02

2.265Breath Volume 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 05/24/2022 14:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:02:3405/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

14:53

Martin County SO

BRENOVIL,ARTHUR

10/05/2022

22620080A3

Martin County SO

BRENOVIL,GEDEON,

ZINZALET

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:56

0.000Air Blank 16:56

0.081Control Test 16:57

0.000Air Blank 16:57

# 1 0.203Subject Sample 16:58

2.773Breath Volume 16:58

0.000Air Blank 16:58

0.000Air Blank 17:00

# 2 0.196Subject Sample 17:01

2.500Breath Volume 17:01

0.000Air Blank 17:01

0.080Control Test 17:01

0.000Air Blank 17:02

OKDiagnostics Check 17:02

Data Download Date/Time: 05/24/2022 14:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5505/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:05

Martin County SO

GITLIN,CORY

10/05/2022

22620080A3

Martin County SO

GITLIN,CORY,J

PEDRO

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

# 1 0.190Subject Sample 01:52

3.117Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.177Subject Sample 01:55

1.433Breath Volume 01:55

0.000Air Blank 01:55

0.081Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 05/24/2022 14:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:2805/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:50

Martin County SO

COLGAN,ROBERT

10/05/2022

22620080A3

FHP Troop L

THOMAS,CHRISTOPHER,L

MURILLO

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:51

# 1 0.147Subject Sample 02:52

1.195Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.149Subject Sample 02:56

2.925Breath Volume 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 05/24/2022 14:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:0405/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:18

Martin County SO

GITLIN,CORY

10/05/2022

22620080A3

Martin County SO

GITLIN,CORY,J

GORDON

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.081Control Test 22:41

0.000Air Blank 22:41

# 1 0.244Subject Sample 22:42

2.265Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.250Subject Sample 22:46

2.152Breath Volume 22:46

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:48

Data Download Date/Time: 05/24/2022 14:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:20:4005/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:39

06:22

Martin County SO

DAY,ERICK

10/05/2022

22620080A3

Martin County SO

DAY,ERICK,J

STOUGH

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:14

0.000Air Blank 07:15

0.081Control Test 07:15

0.000Air Blank 07:15

# 1 0.194Subject Sample 07:16

1.863Breath Volume 07:16

0.000Air Blank 07:16

0.000Air Blank 07:18

# 2 0.196Subject Sample 07:19

1.914Breath Volume 07:19

0.000Air Blank 07:19

0.080Control Test 07:20

0.000Air Blank 07:20

OKDiagnostics Check 07:20

Data Download Date/Time: 05/24/2022 14:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:40:1905/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

16:43

Martin County SO

LEVENAR,TATIANA

10/05/2022

22620080A3

Martin County SO

LEVENAR,TATIANA,R

KILLEN

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:34

0.000Air Blank 17:34

0.081Control Test 17:34

0.000Air Blank 17:35

# 1 0.137Subject Sample 17:35

2.496Breath Volume 17:35

0.000Air Blank 17:36

0.000Air Blank 17:38

# 2 0.136Subject Sample 17:38

3.972Breath Volume 17:38

0.000Air Blank 17:39

0.081Control Test 17:39

0.000Air Blank 17:40

OKDiagnostics Check 17:40

Data Download Date/Time: 05/24/2022 14:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:11:0505/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:37

12:01

Martin County SO

BRADY,REBECCA

10/05/2022

22620080A3

Martin County SO

BRADY,REBECCA,A

BANGLEY

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:58

0.000Air Blank 12:58

0.081Control Test 12:58

0.000Air Blank 12:59

# 1 0.152Subject Sample 13:02 Volume Not Met

0.804Breath Volume 13:02

0.000Air Blank 13:03

0.000Air Blank 13:05

# 2 0.177Subject Sample 13:06

1.816Breath Volume 13:06

0.000Air Blank 13:07

0.000Air Blank 13:09

# 3 0.172Subject Sample 13:09

1.101Breath Volume 13:09

0.000Air Blank 13:10

0.077Control Test 13:10

0.000Air Blank 13:10

OKDiagnostics Check 13:11

Data Download Date/Time: 05/24/2022 14:13

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:1305/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

20:00

Martin County SO

COLGAN,ROBERT

10/05/2022

22620080A3

Martin County SO

LEVENAR,TATIANA,R

CLARK

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.080Control Test 23:55

0.000Air Blank 23:55

# 2 0.211Subject Sample 23:58

1.480Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.213Subject Sample 00:03

1.488Breath Volume 00:03

0.000Air Blank 00:04

0.079Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:3205/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:30

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

PARKER

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

# 1 0.094Subject Sample 00:25

1.636Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.092Subject Sample 00:28

1.746Breath Volume 00:28

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:49:0805/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:22

14:12

Martin County SO

WILKES,JOHN

10/05/2022

22620080A3

Martin County SO

WILKES,JOHN,D

THOMAS

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:42

0.000Air Blank 14:42

0.081Control Test 14:43

0.000Air Blank 14:43

# 1 0.327Subject Sample 14:44

2.464Breath Volume 14:44

0.000Air Blank 14:45

0.000Air Blank 14:46

# 2 0.331Subject Sample 14:47

2.371Breath Volume 14:47

0.000Air Blank 14:48

0.080Control Test 14:48

0.000Air Blank 14:49

OKDiagnostics Check 14:49

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:4705/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:30

Martin County SO

LEVENAR,TATIANA

10/05/2022

22620080A3

Martin County SO

LEVENAR,TATIANA,R

MORKAN

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.082Control Test 01:30

0.000Air Blank 01:31

# 1 0.000Subject Sample 01:34

1.554Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.000Subject Sample 01:38

2.687Breath Volume 01:38

0.000Air Blank 01:38

0.081Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:1405/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:31

Martin County SO

PETERS,DARIN

10/05/2022

22620080A3

Martin County SO

PETERS,DARIN,J

SANDIN

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.081Control Test 23:04

0.000Air Blank 23:05

# 1 0.226Subject Sample 23:07

1.828Breath Volume 23:07

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.196Subject Sample 23:12 Volume Not Met

0.226Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 3 0.195Subject Sample 23:18 Volume Not Met

0.781Breath Volume 23:18

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:5705/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:08

Martin County SO

LEVENAR,TATIANA

10/05/2022

22620080A3

Martin County SO

LEVENAR,TATIANA,R

NAUMAN

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.082Control Test 00:42

0.000Air Blank 00:42

# 1 0.213Subject Sample 00:43

2.621Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.206Subject Sample 00:46

2.882Breath Volume 00:46

0.000Air Blank 00:47

0.081Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:2505/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:10

Stuart PD

ANGERVIL,CLAUDY

10/05/2022

22620080A3

Stuart PD

ANGERVIL,CLAUDY,P

RAMSARAN

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.082Control Test 02:34

0.000Air Blank 02:34

# 1Subject Sample 02:35 Subject Test Refused

0.000Breath Volume 02:35

0.000Air Blank 02:35

0.082Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:0405/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:35

Martin County SO

LEVENAR,TATIANA

10/05/2022

22620080A3

Martin County SO

LEVENAR,TATIANA,R

MENDEZ VELASQUEZ

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.081Control Test 03:11

0.000Air Blank 03:11

# 1 0.180Subject Sample 03:14 Volume Not Met

0.523Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.177Subject Sample 03:20 Volume Not Met

0.519Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:22

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0805/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:35

Martin County SO

LEVENAR,TATIANA

10/05/2022

22620080A3

Martin County SO

LEVENAR,TATIANA,R

MENDEZ VELASQUEZ

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:25

# 1 0.179Subject Sample 03:29 Volume Not Met

0.152Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 05/24/2022 14:14

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:3405/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

20:10

Stuart PD

CERNUTO,MATTHEW

10/05/2022

22620080A3

Stuart PD

CERNUTO,MATTHEW,D

VELEZ LATORRE

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.082Control Test 20:57

0.000Air Blank 20:58

# 1 0.183Subject Sample 20:58

2.750Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.186Subject Sample 21:02

2.214Breath Volume 21:02

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 05/24/2022 14:15

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:4905/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

20:59

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

MORALES-SANTES

04/25/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:09

# 1 0.171Subject Sample 22:11

1.750Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.174Subject Sample 22:14

1.289Breath Volume 22:14

0.000Air Blank 22:14

0.080Control Test 22:15

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 05/24/2022 14:15

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:0305/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

16:39

Martin County SO

HILL,DANIEL

10/05/2022

22620080A3

Martin County SO

HILL,DANIEL,A

MCMAHAN

05/23/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:22

0.000Air Blank 17:22

0.081Control Test 17:23

0.000Air Blank 17:23

# 1 0.237Subject Sample 17:24

2.675Breath Volume 17:24

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2 0.215Subject Sample 17:27

1.601Breath Volume 17:27

0.000Air Blank 17:28

0.000Air Blank 17:30

# 3 0.226Subject Sample 17:30

2.132Breath Volume 17:30

0.000Air Blank 17:31

0.081Control Test 17:31

0.000Air Blank 17:31

OKDiagnostics Check 17:32

Data Download Date/Time: 06/07/2022 13:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:1905/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:56

Martin County SO

HILL,DANIEL

10/05/2022

22620080A3

Martin County SO

HILL,DANIEL,A

PASCUAL GARCIA

05/23/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.080Control Test 22:31

0.000Air Blank 22:31

# 1Subject Sample 22:33 Subject Test Refused

0.000Breath Volume 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 06/07/2022 13:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:4505/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:55

Martin County SO

DUNLOP,MATTHEW

10/05/2022

22620080A3

Martin County SO

HILL,DANIEL,A

URBINA

05/23/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.082Control Test 03:39

0.000Air Blank 03:40

# 1 0.119Subject Sample 03:42

2.476Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.116Subject Sample 03:45

2.234Breath Volume 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 06/07/2022 13:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:1605/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

20:44

FHP Troop L

HENRIQUEZ ZUNIGA,MARCIO

10/05/2022

22620080A3

FHP Troop L

HENRIQUEZ ZUNIGA,MARCIO,E

URBINA

05/23/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.082Control Test 22:38

0.000Air Blank 22:38

# 1 0.010Subject Sample 22:39

3.093Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.009Subject Sample 22:41

3.335Breath Volume 22:41

0.000Air Blank 22:42

0.083Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 06/07/2022 13:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:1605/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:55

FHP Troop K

ROVIROSA,ARMANDO

10/05/2022

22620080A3

FHP Troop K

ROVIROSA,ARMANDO,R

PHAM

05/23/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.082Control Test 03:12

0.000Air Blank 03:12

# 1 0.000Subject Sample 03:14

1.640Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.000Subject Sample 03:16

1.335Breath Volume 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 06/07/2022 13:24

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:4605/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:49

18:11

FFWCC (West Palm)

KOGER,AARON

10/05/2022

22620080A3

FFWCC (West Palm)

CERNUTO,ELISHA,D

MONETTE

05/23/2022

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:17

0.082Control Test 19:17

0.000Air Blank 19:17

# 1 0.109Subject Sample 19:18

1.625Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.110Subject Sample 19:21

1.320Breath Volume 19:21

0.000Air Blank 19:21

0.081Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 06/07/2022 13:24

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0705/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:55

Panama City Beach PD

MCKEEBY,WADE

07/30/2022

1175968

Panama City Beach PD

MCKEEBY,WADE,S

LLOYD

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.081Control Test 02:21

0.000Air Blank 02:21

# 1 0.087Subject Sample 02:22

1.925Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.089Subject Sample 02:25

2.183Breath Volume 02:25

0.000Air Blank 02:26

0.082Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 05/23/2022 12:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:5805/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:59

Panama City Beach PD

MARSHALL,LEWIS

07/30/2022

1175968

Panama City Beach PD

MCKEEBY,WADE,S

PIRELA CALDERA

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:55

# 1Subject Sample 01:56 Subject Test Refused

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 05/23/2022 12:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:5705/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:30

Panama City Beach PD

MCKEEBY,WADE

07/30/2022

1175968

Panama City Beach PD

YOUNG,JOHNATHAN,F

CRUZ GONZALES

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:46

0.081Control Test 17:46

0.000Air Blank 17:46

# 1 0.075Subject Sample 17:48

1.375Breath Volume 17:48

0.000Air Blank 17:48

0.000Air Blank 17:50

# 2 0.065Subject Sample 17:51

1.167Breath Volume 17:51

0.000Air Blank 17:52

0.081Control Test 17:52

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 05/23/2022 12:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:4005/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

04:03

Panama City Beach PD

MOSS,ROBERT

07/30/2022

1175968

Panama City Beach PD

MOSS,ROBERT,R

WILDMAN

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:58

# 1 0.233Subject Sample 04:59

1.187Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.240Subject Sample 05:03

1.148Breath Volume 05:03

0.000Air Blank 05:03

0.081Control Test 05:04

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 05/23/2022 12:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4305/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:59

Panama City Beach PD

MONROE,JOEL

07/30/2022

1175968

Panama City Beach PD

WEBER,JEFFREY,J

COSTIN

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

# 1 0.129Subject Sample 03:48

1.367Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.137Subject Sample 03:52

2.609Breath Volume 03:52

0.000Air Blank 03:52

0.081Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 05/23/2022 12:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:30:4905/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:58

14:32

Panama City Beach PD

MCDOWELL,MICHAEL

07/30/2022

1175968

Panama City Beach PD

MCDOWELL,MICHAEL,J

CUICAHUA QUIAHUA

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:20

0.000Air Blank 15:21

0.081Control Test 15:21

0.000Air Blank 15:21

# 1Subject Sample 15:25 No Sample Provided

0.000Breath Volume 15:25

0.000Air Blank 15:25

0.000Air Blank 15:27

# 2Subject Sample 15:29 Subject Test Refused

0.000Breath Volume 15:29

0.000Air Blank 15:29

0.081Control Test 15:30

0.000Air Blank 15:30

OKDiagnostics Check 15:30

Data Download Date/Time: 05/23/2022 12:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:14:2605/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:47

11:14

Panama City Beach PD

YOUNG,JOHNATHAN

07/30/2022

1175968

Panama City Beach PD

YOUNG,JOHNATHAN,F

CURRAN

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:07

0.000Air Blank 12:07

0.081Control Test 12:08

0.000Air Blank 12:08

# 1 0.237Subject Sample 12:09

2.230Breath Volume 12:09

0.000Air Blank 12:10

0.000Air Blank 12:12

# 2 0.232Subject Sample 12:12

1.582Breath Volume 12:12

0.000Air Blank 12:13

0.080Control Test 12:13

0.000Air Blank 12:14

OKDiagnostics Check 12:14

Data Download Date/Time: 05/23/2022 12:10

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:19:1805/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:30

Panama City Beach PD

WOODALL,CORY

07/30/2022

1175968

Panama City Beach PD

WOODALL,CORY,D

HALL II

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:12

0.000Air Blank 19:13

0.081Control Test 19:13

0.000Air Blank 19:14

# 1 0.202Subject Sample 19:14

1.417Breath Volume 19:14

0.000Air Blank 19:15

0.000Air Blank 19:16

# 2 0.212Subject Sample 19:17

2.460Breath Volume 19:17

0.000Air Blank 19:18

0.079Control Test 19:18

0.000Air Blank 19:19

OKDiagnostics Check 19:19

Data Download Date/Time: 05/23/2022 12:10

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:4405/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:56

Panama City Beach PD

BROOKS,BLAKE

07/30/2022

1175968

Panama City Beach PD

MOSS,ROBERT,R

CURETON

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:47

0.000Air Blank 18:48

0.082Control Test 18:48

0.000Air Blank 18:49

# 1Subject Sample 18:51 Subject Test Refused

0.000Breath Volume 18:51

0.000Air Blank 18:51

0.082Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 05/23/2022 12:10

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:14:5105/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

06:08

Panama City Beach PD

MARSHALL,LEWIS

07/30/2022

1175968

Panama City Beach PD

YOUNG,JOHNATHAN,F

MARTINEZ

04/24/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:06

0.000Air Blank 07:07

0.081Control Test 07:07

0.000Air Blank 07:08

# 1 0.160Subject Sample 07:10

1.898Breath Volume 07:10

0.000Air Blank 07:10

0.000Air Blank 07:12

# 2 0.154Subject Sample 07:13

1.445Breath Volume 07:13

0.000Air Blank 07:13

0.081Control Test 07:14

0.000Air Blank 07:14

OKDiagnostics Check 07:14

Data Download Date/Time: 05/23/2022 12:10

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:1005/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:16

Panama City Beach PD

MOSS,ROBERT

07/30/2022

1175968

Panama City Beach PD

MOSS,ROBERT,R

WADDELL

05/23/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.081Control Test 02:04

0.000Air Blank 02:04

# 1 0.112Subject Sample 02:05

1.457Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.113Subject Sample 02:08

1.710Breath Volume 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 06/27/2022 16:48

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:2305/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:10

Panama City Beach PD

WOODALL,CORY

07/30/2022

1175968

Panama City Beach PD

WOODALL,CORY,D

FREEMAN

05/23/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.081Control Test 21:36

0.000Air Blank 21:36

# 1 0.157Subject Sample 21:37

1.742Breath Volume 21:37

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.173Subject Sample 21:41

2.222Breath Volume 21:41

0.000Air Blank 21:42

0.081Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 06/27/2022 16:49

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:0705/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:08

Panama City Beach PD

WOODALL,CORY

07/30/2022

1175968

Panama City Beach PD

WOODALL,CORY,D

YATES

05/23/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

# 2 0.113Subject Sample 23:59

2.214Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.113Subject Sample 00:02

4.136Breath Volume 00:02

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 06/27/2022 16:49

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:0205/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:46

Panama City Beach PD

MOSS,ROBERT

07/30/2022

1175968

Panama City Beach PD

TURNER,WILLIAM,B

BROWN

05/23/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:49

# 1 0.141Subject Sample 00:50

1.210Breath Volume 00:50

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.151Subject Sample 00:53

1.429Breath Volume 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:55

Data Download Date/Time: 06/27/2022 16:49

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4005/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:27

Panama City Beach PD

MOSS,ROBERT

07/30/2022

1175968

Panama City Beach PD

MOSS,ROBERT,R

STEVENS

05/23/2022

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.081Control Test 23:48

0.000Air Blank 23:49

# 1 0.206Subject Sample 23:49

1.144Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.207Subject Sample 23:53

2.023Breath Volume 23:53

0.000Air Blank 23:53

0.081Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 06/27/2022 16:49

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0305/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:00

Collier County SO

WARD,J

06/05/2023

11821080A2

Collier County SO

VALDEZ,D,R

AMOS

04/06/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1 0.131Subject Sample 01:37

1.902Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.123Subject Sample 01:40

3.050Breath Volume 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:42

Data Download Date/Time: 05/06/2022 09:01

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:1405/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

03:07

Collier County SO

SUEROLANTIGUA,J

06/05/2023

11821080A2

FHP Troop F

DORIETY,G,

MORIL

04/06/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:14

0.000Air Blank 06:14

0.080Control Test 06:14

0.000Air Blank 06:15

# 1 0.193Subject Sample 06:15

1.609Breath Volume 06:15

0.000Air Blank 06:16

0.000Air Blank 06:18

# 2 0.184Subject Sample 06:18

2.121Breath Volume 06:18

0.000Air Blank 06:19

0.078Control Test 06:19

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 05/06/2022 09:01

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:2605/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:32

Collier County SO

WILLIAMS,Z

06/05/2023

11821080A2

Collier County SO

LASALA,J,

GRIFFIN

04/06/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:32

# 1 0.113Subject Sample 03:33

1.488Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.118Subject Sample 03:36

1.683Breath Volume 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 05/06/2022 09:01

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:1605/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:50

Collier County SO

ECHEVARRIA,NESTOR

04/05/2023

06021080A2

Collier County SO

LOPEZ,JOSE,D

BASTIDA GARCIA

04/06/2022

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:22

0.000Air Blank 18:22

0.081Control Test 18:23

0.000Air Blank 18:23

# 1Subject Sample 18:23 Subject Test Refused

0.000Breath Volume 18:23

0.000Air Blank 18:24

0.081Control Test 18:24

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 05/06/2022 14:11

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:2105/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:55

Panama City PD

HOLMES,KYLE

06/10/2024

1506449

Panama City PD

PAUGA,JOHN,E

EDWARDS

04/30/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.079Control Test 04:56

0.000Air Blank 04:57

# 1 0.134Subject Sample 04:57

1.921Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.130Subject Sample 05:00

2.250Breath Volume 05:00

0.000Air Blank 05:01

0.078Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 05/03/2022 09:38

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:2505/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:11

Auburndale PD

COMERFORD,NATHAN

01/05/2023

31420080A2

Auburndale PD

COMERFORD,NATHAN,S

DAVILA

04/26/2022

8100.27

AUBURNDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.079Control Test 02:53

0.000Air Blank 02:53

# 1 0.000Subject Sample 02:54

2.308Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.000Subject Sample 02:57

2.066Breath Volume 02:57

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 05/25/2022 14:44

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3105/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:18

West Palm Beach PD

PAGETTE,COVELLE

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

BROWN

04/12/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.081Control Test 02:00

0.000Air Blank 02:00

# 1 0.200Subject Sample 02:03 Volume Not Met

0.234Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2Subject Sample 02:08 Subject Test Refused

0.000Breath Volume 02:08

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 05/20/2022 10:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1705/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

02:08

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

MALDONADO

04/12/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.131Subject Sample 03:03 Slope Not Level

1.179Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.147Subject Sample 03:06

2.187Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 3 0.140Subject Sample 03:10

2.410Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 05/20/2022 10:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:3505/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:40

West Palm Beach PD

PADGETT,COVELLE

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

ROSS

04/12/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:35

0.081Control Test 21:35

0.000Air Blank 21:36

# 1Subject Sample 21:36 Subject Test Refused

0.000Breath Volume 21:36

0.000Air Blank 21:36

0.081Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 05/20/2022 10:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:2405/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:11

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

BUTLER

04/12/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:58 No Sample Provided

0.000Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.082Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 05/20/2022 10:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:3705/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:36

West Palm Beach PD

GITTENS,THOMAS

08/03/2023

1356262

West Palm Beach PD

ANNESE,MORRIS,J

DE JESUS

04/12/2022

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.082Control Test 01:09

0.000Air Blank 01:09

# 1 0.176Subject Sample 01:10

2.250Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.186Subject Sample 01:14

2.929Breath Volume 01:14

0.000Air Blank 01:14

0.081Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 05/20/2022 10:10

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:4305/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:23

16:03

Daytona Beach Shores

DOONAN,BRIANNA

04/01/2023

1305520

Daytona Beach Shores

MOWEN,RYAN,D

CARLISLE

04/28/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:45

0.000Air Blank 16:45

0.079Control Test 16:46

0.000Air Blank 16:46

# 1 0.085Subject Sample 16:47

3.734Breath Volume 16:47

0.000Air Blank 16:47

0.000Air Blank 16:49

# 2 0.079Subject Sample 16:50

3.195Breath Volume 16:50

Air Blank 16:50 RFI Detect

0.000Air Blank 16:50

Data Download Date/Time: 05/27/2022 00:05

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:4505/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:23

16:03

Daytona Beach Shores

DOONAN,BRIANNA

04/01/2023

1305520

Daytona Beach Shores

MOWEN,RYAN,D

CARLISLE

04/28/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:54

0.000Air Blank 16:54

0.079Control Test 16:55

0.000Air Blank 16:55

# 1 0.079Subject Sample 16:56

2.593Breath Volume 16:56

0.000Air Blank 16:56

0.000Air Blank 16:58

# 2 0.076Subject Sample 16:59

3.160Breath Volume 16:59

0.000Air Blank 16:59

0.079Control Test 17:00

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 05/27/2022 00:05

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:57:0505/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:23

10:57

Daytona Beach Shores

KERINS,CONRAD

04/01/2023

1305520

Daytona Beach Shores

MEDDERS,NORMAN,R

OWEN

04/28/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:50

0.000Air Blank 11:51

0.079Control Test 11:51

0.000Air Blank 11:51

# 1 0.239Subject Sample 11:52

2.605Breath Volume 11:52

0.000Air Blank 11:53

0.000Air Blank 11:54

# 2 0.227Subject Sample 11:55

2.031Breath Volume 11:55

0.000Air Blank 11:56

0.079Control Test 11:56

0.000Air Blank 11:57

OKDiagnostics Check 11:57

Data Download Date/Time: 05/27/2022 00:05

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:3105/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:07

Daytona Beach Shores

GOTZ,KATHRYN

04/01/2023

1305520

Daytona Beach Shores

BLACK,STEPHEN,P

BOWERS

04/28/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:06

# 1Subject Sample 03:07 Subject Test Refused

0.000Breath Volume 03:07

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 05/27/2022 00:05

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:22:3105/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:47

Daytona Beach Shores

ROSARIO,ENRIQUE

04/01/2023

1305520

Daytona Beach Shores

ROSARIO,ENRIQUE,A

BUTH

04/28/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:15

0.000Air Blank 17:16

0.079Control Test 17:16

0.000Air Blank 17:17

# 1 0.057Subject Sample 17:17

3.636Breath Volume 17:17

0.000Air Blank 17:18

0.000Air Blank 17:20

# 2 0.055Subject Sample 17:20

3.675Breath Volume 17:20

0.000Air Blank 17:21

0.078Control Test 17:21

0.000Air Blank 17:22

OKDiagnostics Check 17:22

Data Download Date/Time: 05/27/2022 00:05

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:1005/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

20:08

Daytona Beach Shores

WOOLEYHAN,HEATHER

04/01/2023

1305520

Daytona Beach Shores

PHILLIPS,BILL,R

FERGUSON

04/28/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:49

# 1 0.024Subject Sample 20:50

1.621Breath Volume 20:50

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.024Subject Sample 20:53

1.386Breath Volume 20:53

0.000Air Blank 20:54

0.079Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 05/27/2022 00:05

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:3705/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:19

Daytona Beach Shores

MOWEN,RYAN

04/01/2023

1305520

Daytona Beach Shores

MOWEN,RYAN,D

MINGO

04/28/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

# 1 0.190Subject Sample 01:54

2.042Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.193Subject Sample 01:58

2.421Breath Volume 01:58

0.000Air Blank 01:58

0.078Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 05/27/2022 00:06

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:2305/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:36

18:23

Daytona Beach Shores

BILLUE,MOLLY

04/01/2023

1305520

Daytona Beach Shores

MOWEN,RYAN,D

GUYOTTE

05/26/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:56

0.000Air Blank 18:57

0.079Control Test 18:57

0.000Air Blank 18:58

# 1 0.130Subject Sample 18:58

2.527Breath Volume 18:58

0.000Air Blank 18:59

0.000Air Blank 19:01

# 2 0.133Subject Sample 19:01

2.531Breath Volume 19:01

0.000Air Blank 19:02

0.079Control Test 19:02

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 06/14/2022 18:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5405/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:28

Daytona Beach Shores

BILLUE,MOLLY

04/01/2023

1305520

Daytona Beach Shores

BILLUE,MOLLY,S

HUDSON

05/26/2022

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.079Control Test 03:06

0.000Air Blank 03:06

# 1 0.197Subject Sample 03:07

2.437Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:09

# 2 0.201Subject Sample 03:10

2.675Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 06/14/2022 18:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:1605/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:04

18:45

FFWCC (Ocala)

NORRIS,THOMAS

12/05/2023

28021080A2

FFWCC (Ocala)

NORRIS,THOMAS,L

RODENBERRY

05/20/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.078Control Test 20:25

0.000Air Blank 20:26

# 1 0.156Subject Sample 20:26

2.132Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.161Subject Sample 20:29

4.734Breath Volume 20:29

0.000Air Blank 20:30

0.080Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 06/30/2022 12:39

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:5405/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:13

Port Orange PD

REAHL,TIMOTHY

02/05/2024

24220808A1

Port Orange PD

VINES,KIRSTEN,M

DEAN

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.081Control Test 20:03

0.000Air Blank 20:04

# 1Subject Sample 20:04 Subject Test Refused

0.000Breath Volume 20:04

0.000Air Blank 20:05

0.081Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 05/31/2022 15:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:3905/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:13

Port Orange PD

REAHL,TIMOTHY

02/05/2024

24220808A1

Port Orange PD

VINES,KIRSTEN,M

DEAN

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.081Control Test 20:16

0.000Air Blank 20:17

# 1 0.189Subject Sample 20:19

2.679Breath Volume 20:19

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.209Subject Sample 20:22

2.167Breath Volume 20:22

0.000Air Blank 20:22

0.079Control Test 20:23

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 05/31/2022 15:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:5105/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:42

05:24

Port Orange PD

KIMBERLY,KYLE

02/05/2024

24220808A1

Port Orange PD

VINES,KIRSTEN,M

GODINES

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.080Control Test 06:06

0.000Air Blank 06:06

# 1 0.228Subject Sample 06:08

1.558Breath Volume 06:08

0.000Air Blank 06:08

0.000Air Blank 06:10

# 2 0.231Subject Sample 06:11

1.605Breath Volume 06:11

0.000Air Blank 06:11

0.080Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 05/31/2022 15:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:4305/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:28

17:07

Port Orange PD

MEISLAHN,E

02/05/2024

24220808A1

Port Orange PD

YOVANOVICH,THOMAS,E

LARAMEE

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:49

0.000Air Blank 17:49

0.081Control Test 17:50

0.000Air Blank 17:50

# 1 0.195Subject Sample 17:52

1.496Breath Volume 17:52

0.000Air Blank 17:53

0.000Air Blank 17:54

# 2Subject Sample 17:55 RFI Detect

0.000Breath Volume 17:55

0.000Air Blank 17:55

0.079Control Test 17:56

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 05/31/2022 15:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:4705/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:28

17:07

Port Orange PD

MEISLAHN,ERIC

02/05/2024

24220808A1

Port Orange PD

YOVANOVICH,THOMAS,E

LARAMEE

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:00

0.000Air Blank 18:00

0.080Control Test 18:00

0.000Air Blank 18:01

# 1 0.181Subject Sample 18:02

1.250Breath Volume 18:02

0.000Air Blank 18:03

0.000Air Blank 18:04

# 2 0.193Subject Sample 18:06

1.960Breath Volume 18:06

0.000Air Blank 18:06

0.080Control Test 18:07

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 05/31/2022 15:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5305/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:49

Port Orange PD

MARTELLI,ENZO

02/05/2024

24220808A1

Port Orange PD

AVILA,NICOLE,M

WALLACE

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:36

# 1 0.118Subject Sample 03:37

3.917Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:39

# 2 0.104Subject Sample 03:40

2.562Breath Volume 03:40

0.000Air Blank 03:40

0.080Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 05/31/2022 15:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:2205/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:10

Port Orange PD

ROGERS,CHRISTOPHER

02/05/2024

24220808A1

Port Orange PD

MCBRIDE,CRYSTA,C

LLOYD

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1 0.000Subject Sample 01:58

1.523Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2Subject Sample 02:00 RFI Detect

0.000Breath Volume 02:00

Air Blank 02:00 RFI Detect

0.000Air Blank 02:01

Data Download Date/Time: 05/31/2022 15:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5205/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:10

Port Orange PD

ROGERS,CHRISTOPHER

02/05/2024

24220808A1

Port Orange PD

MCBRIDE,CRYSTA,C

LLOYD

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.000Subject Sample 02:05

2.144Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:08

1.121Breath Volume 02:08

0.000Air Blank 02:08

0.082Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 05/31/2022 15:09

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4905/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:40

Port Orange PD

DAVIS,JASON

02/05/2024

24220808A1

Port Orange PD

DAVIS,JASON,A

RUCKER

04/29/2022

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

# 1 0.160Subject Sample 01:28

1.742Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.158Subject Sample 01:33 Volume Not Met

0.339Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 3 0.147Subject Sample 01:37

1.839Breath Volume 01:37

0.000Air Blank 01:37

0.078Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 05/31/2022 15:10

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:4605/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:08

South Daytona PD

CORBITT,JAMEL

12/13/2022

1249794

Daytona Beach PD

MELODY,FRANCIS,D

MILES

05/27/2022

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.083Control Test 04:36

0.000Air Blank 04:36

# 1 0.145Subject Sample 04:37

2.179Breath Volume 04:37

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.142Subject Sample 04:40

2.023Breath Volume 04:40

0.000Air Blank 04:40

0.082Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 05/31/2022 10:41

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:5705/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:06

South Daytona PD

CORBITT,JAMEL

12/13/2022

1249794

Daytona Beach PD

MELODY,FRANCIS,D

JALAL

05/27/2022

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:04

0.082Control Test 05:05

0.000Air Blank 05:05

# 1 0.169Subject Sample 05:05

1.468Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.155Subject Sample 05:09

1.113Breath Volume 05:09

0.000Air Blank 05:10

0.082Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 05/31/2022 10:41

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:1105/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:37

South Daytona PD

PRICE,MICHAEL

12/13/2022

1249794

Daytona Beach PD

MELODY,FRANCIS,D

ECKLUND

05/27/2022

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:51

0.082Control Test 05:51

0.000Air Blank 05:52

# 1 0.179Subject Sample 05:52

1.644Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.175Subject Sample 05:55

1.492Breath Volume 05:55

0.000Air Blank 05:56

0.082Control Test 05:56

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 05/31/2022 10:41

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:1405/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:20

Orange County SO

MOORE,ANDREW

04/05/2023

06021080A3

Maitland PD

DENSON,TRAVIS,W

BONILLA CONTRERAS

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.082Control Test 04:13

0.000Air Blank 04:14

# 1 0.095Subject Sample 04:15

1.140Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.095Subject Sample 04:18

1.542Breath Volume 04:18

0.000Air Blank 04:19

0.079Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 05/17/2022 15:25

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:0605/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:40

Orange County SO

SAUNDERS,HUNTER

04/05/2023

06021080A3

Maitland PD

DENSON,TRAVIS,W

CALDERON NIEVES

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:31

# 1 0.103Subject Sample 02:31

2.660Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.098Subject Sample 02:34

2.238Breath Volume 02:34

0.000Air Blank 02:35

0.082Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:0105/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:10

Orange County SO

SANCHEZ,ISABELLA

01/05/2024

33321080A3

Central FL Univ PD

KOSH,TOBI,J

CLEARY JR

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.082Control Test 23:24

0.000Air Blank 23:25

# 1 0.000Subject Sample 23:25

3.445Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.000Subject Sample 23:28

3.078Breath Volume 23:28

0.000Air Blank 23:29

0.079Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:30

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:5305/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:21

Orange County SO

MCDANIEL,MIRANDA

01/05/2024

33321080A3

Central FL Univ PD

DENSON,TRAVIS,W

ORTIZ

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.082Control Test 01:28

0.000Air Blank 01:29

# 1 0.149Subject Sample 01:29

1.367Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:31

# 2 0.146Subject Sample 01:32

1.812Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5105/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

00:46

Orange County SO

SAENGCHOTE,PHANUDEJ

01/05/2024

33321080A3

FHP Troop D

KOSH,TOBI,J

BALOGH

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

# 1 0.202Subject Sample 02:15

1.574Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.202Subject Sample 02:19

2.023Breath Volume 02:19

0.000Air Blank 02:19

0.078Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:1305/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:33

Orange County SO

VICTOR,NATHALIE

01/05/2024

33321080A3

OTHER Local

DENSON,TRAVIS,W

BENTANCOURT

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.081Control Test 21:50

0.000Air Blank 21:51

# 1 0.179Subject Sample 21:51

3.050Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.155Subject Sample 21:54

1.531Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 3 0.168Subject Sample 21:57

2.847Breath Volume 21:57

0.000Air Blank 21:58

0.080Control Test 21:58

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1705/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:57

Orange County SO

LAWRENCE,NICKOLAS

01/05/2024

33321080A3

Maitland PD

KOSH,TOBI,J

REID

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.081Control Test 00:59

0.000Air Blank 00:59

# 1 0.164Subject Sample 01:00

1.449Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.177Subject Sample 01:03

1.132Breath Volume 01:03

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:1005/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:24

Orange County SO

DEL CASTILLO,BRET

01/05/2024

33321080A3

Orlando PD

KOSH,TOBI,J

GALLEGOS AREVALO

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.082Control Test 22:28

0.000Air Blank 22:28

# 1 0.169Subject Sample 22:29

3.066Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:31

# 2 0.169Subject Sample 22:32

3.765Breath Volume 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0305/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:26

Orange County SO

COHEN,JOSHUA

01/05/2024

33321080A3

Orange County SO

KOSH,TOBI,J

VICENTE ANDINO

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:50

# 1 0.202Subject Sample 01:51

3.046Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.190Subject Sample 01:57

1.750Breath Volume 01:57

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:59

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0905/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:30

Orange County SO

ROBERTS,PHILIP

01/05/2024

33321080A3

Winter Garden PD

KOSH,TOBI,J

STUART

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.082Control Test 02:32

0.000Air Blank 02:32

# 1 0.155Subject Sample 02:33

1.183Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.155Subject Sample 02:36

1.199Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:3105/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:45

Orange County SO

ESPAILLAT,LIANA

01/05/2024

33321080A3

Apopka PD

KOSH,TOBI,J

ANDRING

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

# 1 0.184Subject Sample 01:47

3.222Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.185Subject Sample 01:50

3.238Breath Volume 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:31:5205/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:04

13:01

Orange County SO

ELLER,ASHLEY

01/05/2024

33321080A3

Apopka PD

CANER,OSVALDO,

DILUIGI

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:26

0.000Air Blank 14:26

0.082Control Test 14:26

0.000Air Blank 14:27

# 1 0.000Subject Sample 14:27

2.328Breath Volume 14:27

0.000Air Blank 14:28

0.000Air Blank 14:30

# 2 0.000Subject Sample 14:30

2.023Breath Volume 14:30

0.000Air Blank 14:30

0.081Control Test 14:31

0.000Air Blank 14:31

OKDiagnostics Check 14:31

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4105/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:27

Orange County SO

SCHOEN,ELLIS

01/05/2024

33321080A3

Winter Garden PD

DENSON,TRAVIS,W

CHURCH

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.082Control Test 00:31

0.000Air Blank 00:31

# 1 0.166Subject Sample 00:32

2.648Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.168Subject Sample 00:35

2.574Breath Volume 00:35

0.000Air Blank 00:35

0.081Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:36:0405/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:59

07:29

Orange County SO

MOONDA,SHUAIB

01/05/2024

33321080A3

Orlando PD

RODRIGUEZ,MICHAEL,J

SKIPWORTH

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:22

0.000Air Blank 11:22

0.081Control Test 11:23

0.000Air Blank 11:23

# 1 0.180Subject Sample 11:25

1.542Breath Volume 11:25

0.000Air Blank 11:26

0.000Air Blank 11:27

# 2 0.125Subject Sample 11:31 Volume Not Met

0.714Breath Volume 11:31

0.000Air Blank 11:31

0.000Air Blank 11:33

# 3 0.189Subject Sample 11:34

2.699Breath Volume 11:34

0.000Air Blank 11:35

0.078Control Test 11:35

0.000Air Blank 11:35

OKDiagnostics Check 11:36

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:4905/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

13:44

Orange County SO

LITTLE,ELAINA

01/05/2024

33321080A3

Winter Garden PD

RODRIGUEZ,MICHAEL,J

VELASQUEZESCALANTE

04/07/2022

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:39

0.000Air Blank 16:40

0.081Control Test 16:40

0.000Air Blank 16:41

# 1 0.226Subject Sample 16:41

1.945Breath Volume 16:41

0.000Air Blank 16:42

0.000Air Blank 16:43

# 2 0.224Subject Sample 16:45

2.886Breath Volume 16:45

0.000Air Blank 16:45

0.080Control Test 16:46

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 05/17/2022 15:26

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:5305/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:17

Cocoa PD

LIVINGTON,JAVON

11/05/2023

25721080A2

Rockledge PD

LIND,CHRISTIAN,G

LUCIEN

04/06/2022

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

# 1 0.208Subject Sample 04:16 Volume Not Met

0.085Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2Subject Sample 04:22 No Sample Provided

0.000Breath Volume 04:22

0.000Air Blank 04:22

0.077Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 05/03/2022 17:22

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:2205/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

03:17

Cocoa PD

LIVINGTON,JAVON

11/05/2023

25721080A2

Rockledge PD

LIND,CHRISTIAN,G

LUCIEN

04/06/2022

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.078Control Test 04:56

0.000Air Blank 04:56

# 1 0.191Subject Sample 05:00 Volume Not Met

0.066Breath Volume 05:00

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.208Subject Sample 05:05 Volume Not Met

0.074Breath Volume 05:05

0.000Air Blank 05:06

0.076Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 05/03/2022 17:22

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:3305/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:56

Cocoa PD

BENITEZ-SIFONTES,RAFAEL

11/05/2023

25721080A2

Cocoa PD

BENITEZ-SIFONTES,RAFAEL,A

MCDONALD

05/02/2022

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.080Control Test 22:32

0.000Air Blank 22:33

# 1Subject Sample 22:33 Subject Test Refused

0.000Breath Volume 22:33

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 06/09/2022 10:47

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:3105/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

21:56

Rockledge PD

RIS,DILLON

07/22/2022

1175968

Rockledge PD

KENNEDY,PATRICK,W

CORADO BARRIOS

04/23/2022

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.079Control Test 22:53

0.000Air Blank 22:53

# 1 0.177Subject Sample 22:54

1.710Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.170Subject Sample 22:57

1.359Breath Volume 22:57

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 05/31/2022 13:17

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:5605/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

23:01

Melbourne PD

VAZQUEZ,ANDREW

02/05/2024

02422080A1

Melbourne PD

VAZQUEZ,ANDREW,

LYNCH

04/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

# 1 0.106Subject Sample 23:40 Volume Not Met

0.687Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:44

0.077Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 05/24/2022 10:56

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:0005/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

05:08

Melbourne PD

VAZQUEZ,ANDREW

02/05/2024

02422080A1

Melbourne PD

VAZQUEZ,ANDREW,

DELEON VELAZQUEZ

04/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:32

# 1 0.232Subject Sample 05:34

1.382Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.217Subject Sample 05:39

1.539Breath Volume 05:39

0.000Air Blank 05:40

0.077Control Test 05:40

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 05/24/2022 10:56

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:05:4005/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:31

09:12

Melbourne PD

PEARSON,KEANDRE

02/05/2024

02422080A1

Melbourne PD

GROHMAN,JOHN,L

MORRIS

04/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:59

0.000Air Blank 10:59

0.080Control Test 10:59

0.000Air Blank 11:00

# 1 0.000Subject Sample 11:01

4.578Breath Volume 11:01

0.000Air Blank 11:01

0.000Air Blank 11:03

# 2 0.000Subject Sample 11:04

3.808Breath Volume 11:04

0.000Air Blank 11:04

0.080Control Test 11:05

0.000Air Blank 11:05

OKDiagnostics Check 11:05

Data Download Date/Time: 05/24/2022 10:56

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:52:5905/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:36

Melbourne PD

OTTO,ALISON

02/05/2024

02422080A1

Melbourne PD

OTTO,ALISON,

PATTERSON

04/27/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:46

0.000Air Blank 15:47

0.079Control Test 15:47

0.000Air Blank 15:48

# 1 0.000Subject Sample 15:48

1.242Breath Volume 15:48

0.000Air Blank 15:49

0.000Air Blank 15:51

# 2 0.000Subject Sample 15:51

1.457Breath Volume 15:51

0.000Air Blank 15:52

0.079Control Test 15:52

0.000Air Blank 15:52

OKDiagnostics Check 15:52

Data Download Date/Time: 05/24/2022 10:56

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:3505/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:01

13:01

Melbourne PD

GOETSCH,NICHALAS

02/05/2024

02422080A1

Melbourne PD

COOPER,FELICIA,N

MORGAN

05/24/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:47

0.000Air Blank 16:47

0.079Control Test 16:48

0.000Air Blank 16:48

# 1 0.083Subject Sample 16:49

2.871Breath Volume 16:49

0.000Air Blank 16:49

0.000Air Blank 16:51

# 2 0.081Subject Sample 16:52

2.886Breath Volume 16:52

0.000Air Blank 16:52

0.079Control Test 16:52

0.000Air Blank 16:53

OKDiagnostics Check 16:53

Data Download Date/Time: 06/29/2022 15:35

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:27:5205/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:52

12:16

Melbourne PD

PEARSON,KEANDRE

02/05/2024

02422080A1

Melbourne PD

OTTO,ALISON,

BENTLEY

05/24/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:20

0.000Air Blank 13:21

0.079Control Test 13:21

0.000Air Blank 13:22

# 1 0.216Subject Sample 13:22

1.156Breath Volume 13:22

0.000Air Blank 13:23

0.000Air Blank 13:25

# 2 0.228Subject Sample 13:26

1.269Breath Volume 13:26

0.000Air Blank 13:26

0.079Control Test 13:27

0.000Air Blank 13:27

OKDiagnostics Check 13:27

Data Download Date/Time: 06/29/2022 15:35

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:2905/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:39

Melbourne PD

VAZQUEZ,ANDREW

02/05/2024

02422080A1

Melbourne PD

VAZQUEZ,ANDREW,

D'HEDOUVILLE

05/24/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:20

# 1 0.000Subject Sample 23:22

1.390Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.000Subject Sample 23:26

1.457Breath Volume 23:26

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 06/29/2022 15:36

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:4305/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:59

19:43

Melbourne PD

VAZQUEZ,ANDREW

02/05/2024

02422080A1

Melbourne PD

VAZQUEZ,ANDREW,

MAJOR

05/24/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:25

# 1 0.000Subject Sample 20:26

1.453Breath Volume 20:26

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.000Subject Sample 20:29

1.308Breath Volume 20:29

0.000Air Blank 20:29

0.080Control Test 20:30

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 06/29/2022 15:36

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:0805/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:56

Melbourne PD

GRAHAM,EMMA

02/05/2024

02422080A1

Melbourne Village PD

GRAHAM,EMMA,

PAGE

05/24/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.131Subject Sample 03:47

1.757Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.135Subject Sample 03:50

1.777Breath Volume 03:50

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 06/29/2022 15:36

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:55:5505/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:19

06:59

Melbourne PD

DINAPOLI,CHARLES

02/05/2024

02422080A1

Melbourne PD

THOMAS,CHRISTOPHER,H

BROSE

05/24/2022

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:47

0.000Air Blank 07:48

0.079Control Test 07:48

0.000Air Blank 07:48

# 1 0.188Subject Sample 07:50

3.195Breath Volume 07:50

0.000Air Blank 07:51

0.000Air Blank 07:52

# 2 0.174Subject Sample 07:54

1.703Breath Volume 07:54

0.000Air Blank 07:55

0.079Control Test 07:55

0.000Air Blank 07:55

OKDiagnostics Check 07:55

Data Download Date/Time: 06/29/2022 15:36

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:5305/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:28

Indian Harbour Beach

PINSKER,JOSEPH

12/05/2021

28719080A1

Indian Harbour Beach

PINSKER,JOSEPH,A

UTTARIELLO

04/28/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

# 1Subject Sample 22:08 Subject Test Refused

0.000Breath Volume 22:08

0.000Air Blank 22:09

0.080Control Test 22:09

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 06/09/2022 20:32

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0905/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

21:51

Satellite Beach PD

MCCRANN,SEAN

12/05/2021

211583

Satellite Beach PD

MCCRANN,SEAN,M

UTTARIELLO

04/28/2022

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1 0.213Subject Sample 23:13

1.812Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.196Subject Sample 23:16

1.480Breath Volume 23:16

0.000Air Blank 23:17

0.078Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 06/09/2022 20:32

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5305/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:49

Brevard County SO

MCLAUGHLIN,BRADLEY

11/05/2023

25721080A2

Brevard County SO

MCLAUGHLIN,BRADLEY,

BENES

04/21/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:17

# 1 0.181Subject Sample 00:18

4.070Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.185Subject Sample 00:21

3.875Breath Volume 00:21

0.000Air Blank 00:21

0.079Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 05/22/2022 13:19

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3705/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

02:03

Brevard County SO

MCLAUGHLIN,BRADLEY

11/05/2023

25721080A2

Brevard County SO

MCLAUGHLIN,BRADLEY,

SPENCER

04/21/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

# 1 0.076Subject Sample 02:35

2.007Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.073Subject Sample 02:39

3.468Breath Volume 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 05/22/2022 13:19

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:4105/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:00

Brevard County SO

BARAKOS,NICHOLAS

11/05/2023

25721080A2

Brevard County SO

ANTERIO,CHRISTOPHER,J

SOHA

04/21/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:41

# 1 0.232Subject Sample 23:42

2.535Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.225Subject Sample 23:45

2.296Breath Volume 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 05/22/2022 13:19

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:3705/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:47

Brevard County SO

BATCH,JOSEPH

11/05/2023

25721080A2

Brevard County SO

MCLAUGHLIN,BRADLEY,

HEREFORD

04/21/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

# 1 0.172Subject Sample 03:16

1.566Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.188Subject Sample 03:20

2.433Breath Volume 03:20

0.000Air Blank 03:20

0.079Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 05/22/2022 13:20

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:4405/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:32

Brevard County SO

WESTON,ANDREW

11/05/2023

25721080A2

Brevard County SO

FARRAGHER,THOMAS,J

SPATES

04/21/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

# 1 0.173Subject Sample 02:39

1.667Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.156Subject Sample 02:44

2.421Breath Volume 02:44

0.000Air Blank 02:44

0.078Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 05/22/2022 13:20

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:2105/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:23

Brevard County SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

Brevard County SO

FARRAGHER,THOMAS,J

FISH

05/22/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.079Control Test 05:14

0.000Air Blank 05:15

# 1 0.269Subject Sample 05:15

1.554Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.255Subject Sample 05:18

1.492Breath Volume 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

Air Blank 05:19 RFI Detect

0.000Air Blank 05:20

Data Download Date/Time: 06/27/2022 10:53

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:0205/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:23

Brevard County SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

Brevard County SO

FARRAGHER,THOMAS,J

FISH

05/22/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:23

# 1 0.283Subject Sample 05:24

2.960Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:26

# 2 0.286Subject Sample 05:27

3.710Breath Volume 05:27

0.000Air Blank 05:28

0.080Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:29

Data Download Date/Time: 06/27/2022 10:53

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1705/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:06

Brevard County SO

BACHELLER,ALEXANDRIA

11/05/2023

25721080A2

Brevard County SO

BACHELLER,ALEXANDRIA,L

KELLY

05/22/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.080Control Test 01:24

0.000Air Blank 01:24

# 1 0.000Subject Sample 01:25

1.574Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.000Subject Sample 01:27

1.285Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 06/27/2022 10:53

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:0505/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:38

Brevard County SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

Brevard County SO

FARRAGHER,THOMAS,J

ORTEGA

05/22/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:38

# 1 0.188Subject Sample 03:39

2.195Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.189Subject Sample 03:42

3.367Breath Volume 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:44

Data Download Date/Time: 06/27/2022 10:53

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:1405/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:30

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

VIRLANTE

04/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

# 1 0.000Subject Sample 00:40

3.226Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.000Subject Sample 00:42

2.585Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 05/31/2022 13:33

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1905/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

01:05

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

INDELICATO

04/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.073Subject Sample 01:17

2.203Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.075Subject Sample 01:20

2.660Breath Volume 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 05/31/2022 13:33

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3005/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:13

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

TAYLOR

04/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1 0.215Subject Sample 02:25 Volume Not Met

0.449Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.192Subject Sample 02:30 Volume Not Met

0.269Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 05/31/2022 13:33

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:4605/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:13

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

TAYLOR

04/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

# 1 0.199Subject Sample 02:43 Volume Not Met

0.179Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2Subject Sample 02:49 No Sample Provided

0.000Breath Volume 02:49

0.000Air Blank 02:49

0.079Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 05/31/2022 13:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:3505/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

18:34

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

KAUFMANN

04/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.080Control Test 18:44

0.000Air Blank 18:44

# 1 0.112Subject Sample 18:47 Volume Not Met

0.667Breath Volume 18:47

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.161Subject Sample 18:51

1.242Breath Volume 18:51

0.000Air Blank 18:52

0.000Air Blank 18:53

# 3 0.136Subject Sample 18:57 Volume Not Met

0.390Breath Volume 18:57

0.000Air Blank 18:57

0.079Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 05/31/2022 13:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:5205/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

19:14

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

OROURKE

04/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:22

# 1 0.179Subject Sample 19:22

1.554Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2 0.183Subject Sample 19:25

1.339Breath Volume 19:25

0.000Air Blank 19:25

0.079Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 05/31/2022 13:40

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:1605/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

18:10

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

SAUCIER

04/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:19

0.000Air Blank 18:19

0.079Control Test 18:20

0.000Air Blank 18:20

# 1 0.301Subject Sample 18:21

2.558Breath Volume 18:21

0.000Air Blank 18:21

0.000Air Blank 18:23

# 2 0.297Subject Sample 18:23

2.007Breath Volume 18:23

0.000Air Blank 18:24

0.079Control Test 18:24

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 05/31/2022 13:40

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1305/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:23

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

VEGA MARRON

04/27/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

# 1 0.210Subject Sample 23:33

1.195Breath Volume 23:33

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.186Subject Sample 23:36

1.253Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 3 0.190Subject Sample 23:40

1.226Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 05/31/2022 13:40

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2405/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:50

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

DESIR

05/29/2022

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

# 1 0.161Subject Sample 02:03

1.828Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.149Subject Sample 02:06

1.648Breath Volume 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 05/31/2022 13:40

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:5705/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:04

05:30

Seminole County SO

DASQUE,D

01/06/2024

1433248

Casselberry PD

SIMMENS,ADAM,J

ALLICOCK

04/30/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:30

0.081Control Test 06:31

0.000Air Blank 06:31

# 1 0.187Subject Sample 06:33

1.390Breath Volume 06:33

0.000Air Blank 06:34

0.000Air Blank 06:36

# 2 0.169Subject Sample 06:37

2.031Breath Volume 06:37

0.000Air Blank 06:38

0.077Control Test 06:38

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 05/30/2022 01:01

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5905/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:30

Seminole County SO

VANROMPA,VITO

01/06/2024

1433248

Lake Mary PD

BERRIOS,STEPHANIE,A

FORD

05/27/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

# 1 0.053Subject Sample 04:28

3.187Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 2 0.053Subject Sample 04:31

2.566Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 05/30/2022 01:01

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:5105/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

21:30

Seminole County SO

WILD,JACOB

01/06/2024

1433248

FFWCC (Ocala)

BETHAM,KEITH,D

SMITH JR

05/27/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.080Control Test 23:27

0.000Air Blank 23:27

# 1 0.089Subject Sample 23:28

2.453Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.092Subject Sample 23:31

2.546Breath Volume 23:31

0.000Air Blank 23:31

0.081Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 05/30/2022 01:01

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0805/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:15

Seminole County SO

BELT,WILLIAM

01/06/2024

1433248

Altamonte Springs PD

BETHAM,KEITH,D

DIAZ

05/27/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

# 1 0.160Subject Sample 00:07

1.714Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.153Subject Sample 00:10

1.343Breath Volume 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 05/30/2022 01:02

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:3205/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:50

Seminole County SO

KILLON,JAY

01/06/2024

1433248

Maitland PD

GARCIA,RAY,

CLASSEN SERRANO

05/27/2022

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.082Control Test 03:41

0.000Air Blank 03:41

# 1Subject Sample 03:44 Subject Test Refused

0.000Breath Volume 03:44

0.000Air Blank 03:44

0.082Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 06/22/2022 22:27

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3805/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:41

Pinellas County SO

HIRSHMAN,BRIAN

02/28/2024

AG205902

Pinellas County SO

HIRSHMAN,BRIAN,J

BRASINGTON

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1Subject Sample 00:58 Subject Test Refused

0.000Breath Volume 00:58

0.000Air Blank 00:58

0.078Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 06/20/2022 16:22

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:3605/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

04:16

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

EASTTY,MARK,L

RUTHERFORD

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.080Control Test 04:37

0.000Air Blank 04:37

# 1 0.252Subject Sample 04:37

1.496Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.235Subject Sample 04:40

2.179Breath Volume 04:40

0.000Air Blank 04:41

0.078Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 06/20/2022 16:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:0505/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:56

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

EASTTY,MARK,L

ALVARADO

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:08

# 1Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 06/20/2022 16:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:2505/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:47

Pinellas County SO

HIRSHMAN,BRIAN

02/28/2024

AG205902

Pinellas County SO

HIRSHMAN,BRIAN,J

CRUZ-IBARRA

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.079Control Test 03:53

0.000Air Blank 03:53

# 1 0.185Subject Sample 03:55

1.414Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.180Subject Sample 03:58

1.210Breath Volume 03:58

0.000Air Blank 03:59

0.077Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 06/20/2022 16:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4905/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:52

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

EASTTY,MARK,L

PIMENTAL

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:06

0.000Air Blank 02:06

# 1 0.083Subject Sample 02:07

1.632Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.084Subject Sample 02:10

2.378Breath Volume 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 06/20/2022 16:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:2505/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:48

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

EASTTY,MARK,L

DONOVAN

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.078Control Test 03:59

0.000Air Blank 03:59

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 06/20/2022 16:23

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:1805/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:34

Pinellas County SO

CHURCHILL,CAMERON

02/28/2024

AG205902

Pinellas County SO

EASTTY,MARK,L

WARE

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.078Control Test 23:48

0.000Air Blank 23:48

# 1 0.011Subject Sample 23:48

1.394Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.008Subject Sample 23:51

2.031Breath Volume 23:51

0.000Air Blank 23:52

0.077Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 06/22/2022 19:33

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:2205/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:57

Pinellas County SO

HIRSHMAN,BRIAN

02/28/2024

AG205902

Pinellas County SO

HIRSHMAN,BRIAN,J

COSENZA

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.078Control Test 23:09

0.000Air Blank 23:09

# 1Subject Sample 23:09 Subject Test Refused

0.000Breath Volume 23:09

0.000Air Blank 23:10

0.079Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 06/22/2022 19:33

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:1505/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:47

Pinellas County SO

REIDY,TYLER

02/28/2024

AG205902

Pinellas County SO

EASTTY,MARK,L

MCGUIRE

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:22

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:23

0.077Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 06/22/2022 19:33

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:1305/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:46

Pinellas Park PD

HUFF,ZACHARY

02/28/2024

AG205902

Pinellas Park PD

HUFF,ZACHARY,J

JOHNSON

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 06/22/2022 19:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:0005/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:35

Tarpon Springs PD

HAZIME,S

02/28/2024

AG205902

Tarpon Springs PD

HAZIME,S,

LIVINGSTON

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

# 1 0.204Subject Sample 02:01

2.343Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.216Subject Sample 02:05

1.882Breath Volume 02:05

0.000Air Blank 02:06

0.077Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:07

Data Download Date/Time: 06/22/2022 19:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1305/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:39

Pinellas County SO

GODERICH,KRISTINA

02/28/2024

AG205902

St. Petersburg PD

EASTTY,MARK,L

SANDERS

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.079Control Test 04:02

0.000Air Blank 04:02

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 06/22/2022 19:34

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:3805/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:37

Pinellas County SO

TEMPLE,ELIZABETH

02/28/2024

AG205902

Pinellas County SO

TEMPLE,ELIZABETH,R

BRATTVET

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.077Control Test 21:51

0.000Air Blank 21:52

# 1 0.183Subject Sample 21:52

1.250Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.184Subject Sample 21:56

1.300Breath Volume 21:56

0.000Air Blank 21:57

0.077Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 06/22/2022 19:35

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:5605/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:43

Pinellas County SO

TEMPLE,ELIZABETH

06/08/2023

AG115904

Pinellas County SO

TEMPLE,ELIZABETH,R

GARIB

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

# 1 0.137Subject Sample 02:10

1.113Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.145Subject Sample 02:13

1.878Breath Volume 02:13

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 06/20/2022 12:42

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:5505/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:38

Pinellas County SO

MITCHELL,ALEXANDRA

06/08/2023

AG115904

Pinellas County SO

MITCHELL,ALEXANDRA,

GUERRERO MARTINEZ

05/11/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.078Control Test 03:52

0.000Air Blank 03:53

# 1 0.208Subject Sample 03:53

1.703Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.214Subject Sample 03:56

2.281Breath Volume 03:56

0.000Air Blank 03:56

0.078Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 06/20/2022 12:42

08 August 2022Printed:

COBRA ©1997-2014 CMI, Inc.


