
80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:3508/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:52

19:51

Brevard County SO

CHAMBERLAIN,JOSHUA

11/05/2023

25721080A2

Brevard County SO

REINHARDT,KYLE,M

KASPARIAN

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:19

0.078Control Test 20:20

0.000Air Blank 20:20

# 1 0.189Subject Sample 20:21

2.023Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:23

# 2 0.191Subject Sample 20:24

2.453Breath Volume 20:24

0.000Air Blank 20:25

0.075Control Test 20:25

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 08/25/2022 11:13

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:1008/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:52

Brevard County SO

YANICK,MICHAEL

11/05/2023

25721080A2

Brevard County SO

ANTERIO,CHRISTOPHER,J

ROWELL

07/26/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.079Control Test 00:12

0.000Air Blank 00:13

# 1 0.000Subject Sample 00:13

2.644Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.000Subject Sample 00:16

2.847Breath Volume 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 08/25/2022 11:13

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3308/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:57

Hendry County SO

AFONSO,MICHAEL

04/12/2024

1474747

Hendry County SO

AFONSO,MICHAEL,J

SZEMAN

07/31/2022

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.082Control Test 00:38

0.000Air Blank 00:39

# 1 0.039Subject Sample 00:40

2.695Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.039Subject Sample 00:43

3.410Breath Volume 00:43

0.000Air Blank 00:44

0.082Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 08/31/2022 13:39

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:5808/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:10

Hendry County SO

FOREMAN,ANDREW

04/12/2024

1474747

Hendry County SO

NORWOOD,CHRISTOPHER,J

CANTU

07/31/2022

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.082Control Test 22:57

0.000Air Blank 22:57

# 1Subject Sample 22:58 Subject Test Refused

0.000Breath Volume 22:58

0.000Air Blank 22:59

0.082Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 08/31/2022 13:39

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:1308/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:27

Hendry County SO

CORONILLA,DANIEL

04/12/2024

1474747

Hendry County SO

NORWOOD,CHRISTOPHER,J

VEGA

07/31/2022

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.082Control Test 02:26

0.000Air Blank 02:26

# 1Subject Sample 02:26 Subject Test Refused

0.000Breath Volume 02:26

0.000Air Blank 02:27

0.082Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 08/31/2022 13:39

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:2408/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:40

Hendry County SO

FOREMAN,ANDREW

04/12/2024

1474747

Hendry County SO

NORWOOD,CHRISTOPHER,J

FOSTER

07/31/2022

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.082Control Test 23:39

0.000Air Blank 23:39

# 1Subject Sample 23:39 Subject Test Refused

0.000Breath Volume 23:39

0.000Air Blank 23:40

0.082Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 08/31/2022 13:39

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:3808/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:25

Hendry County SO

DREW,LIAM

04/12/2024

1474747

Hendry County SO

HULL,GARY,B

CASTILLO ACOSTA

08/30/2022

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.082Control Test 23:52

0.000Air Blank 23:53

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:53

0.082Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 10/01/2022 18:58

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:3708/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:08

Manatee County SO

SIMANDL,REAGHN

11/19/2023

1408275

Manatee County SO

MONTEMAGNO,CARLO,C

SIVAKOFF

07/18/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.078Control Test 01:34

0.000Air Blank 01:35

# 1Subject Sample 01:38 No Sample Provided

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.187Subject Sample 01:41

1.171Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 3 0.176Subject Sample 01:46

2.640Breath Volume 01:46

0.000Air Blank 01:47

0.076Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 08/15/2022 10:31

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4808/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:16

Manatee County SO

SIMANDL,REAGHN

11/19/2023

1408275

Manatee County SO

NOVAK,CHRISTOPHER,A

ARMSTRONG

07/18/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.078Control Test 03:41

0.000Air Blank 03:42

# 1 0.092Subject Sample 03:43

2.289Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.088Subject Sample 03:46

2.082Breath Volume 03:46

0.000Air Blank 03:46

0.077Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 08/15/2022 10:31

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:4708/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:35

Manatee County SO

SIMANDL,REAGHN

11/19/2023

1408275

Manatee County SO

MONTEMAGNO,CARLO,C

VEGAS

07/18/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.078Control Test 03:02

0.000Air Blank 03:02

# 1Subject Sample 03:03 Slope Not Met

1.808Breath Volume 03:03

0.000Air Blank 03:03

0.077Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 08/15/2022 10:31

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4508/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:35

Manatee County SO

SIMANDL,REAGHN

11/19/2023

1408275

Manatee County SO

MONTEMAGNO,CARLO,C

VEGAS

07/18/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.078Control Test 03:07

0.000Air Blank 03:07

# 1 0.183Subject Sample 03:08

3.191Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.190Subject Sample 03:11

3.468Breath Volume 03:11

0.000Air Blank 03:11

0.076Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 08/15/2022 10:31

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0008/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:40

Manatee County SO

SIMANDL,REAGHN

11/19/2023

1408275

Manatee County SO

MONTEMAGNO,CARLO,C

WILLIAMS

08/15/2022

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.078Control Test 03:30

0.000Air Blank 03:30

# 1 0.092Subject Sample 03:31

1.914Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.086Subject Sample 03:34

1.277Breath Volume 03:34

0.000Air Blank 03:35

0.077Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:36

Data Download Date/Time: 09/26/2022 14:48

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4808/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

03:18

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

BISHOP

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.078Control Test 03:25

0.000Air Blank 03:26

# 1 0.150Subject Sample 03:27

1.851Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2Subject Sample 03:30 RFI Detect

0.000Breath Volume 03:30

0.000Air Blank 03:30

0.077Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3108/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

03:18

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

BISHOP

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

# 1 0.169Subject Sample 03:35

2.632Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.160Subject Sample 03:38

2.757Breath Volume 03:38

0.000Air Blank 03:39

0.076Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5508/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:35

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

MAJOR

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.079Control Test 00:43

0.000Air Blank 00:43

# 1 0.068Subject Sample 00:44

2.316Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.063Subject Sample 00:47

1.589Breath Volume 00:47

0.000Air Blank 00:47

0.077Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:2608/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:34

St. John's County SO

ELLIS,ALEXANDER

03/05/2023

202303

St. John's County SO

ELLIS,ALEXANDER,

DOBERSTEIN HINE

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.079Control Test 02:52

0.000Air Blank 02:52

# 1 0.124Subject Sample 02:52

2.882Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.125Subject Sample 02:55

3.019Breath Volume 02:55

0.000Air Blank 02:56

0.076Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:4108/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:39

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

RUZICKA

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.078Control Test 02:44

0.000Air Blank 02:45

# 1 0.118Subject Sample 02:46

1.402Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.107Subject Sample 02:49

2.816Breath Volume 02:49

0.000Air Blank 02:49

0.076Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:3808/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:25

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

PEREZDIAZ

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.079Control Test 21:31

0.000Air Blank 21:31

# 1 0.108Subject Sample 21:34 Volume Not Met

0.175Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.117Subject Sample 21:40 Volume Not Met

0.000Breath Volume 21:40

Air Blank 21:40 RFI Detect

Air Blank 21:40 RFI Detect

Data Download Date/Time: 08/30/2022 07:54

02 November 2022

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:3608/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:25

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

PEREZDIAZ

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

Air Blank 21:49 Ambient Fail

0.000Air Blank 21:49

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5908/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:25

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

PEREZDIAZ

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.078Control Test 21:51

0.000Air Blank 21:52

# 1Subject Sample 21:52 RFI Detect

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.078Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:3808/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:25

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

PEREZDIAZ

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:55

0.079Control Test 21:56

0.000Air Blank 21:56

# 1Subject Sample 21:56 RFI Detect

0.000Breath Volume 21:56

Air Blank 21:57 RFI Detect

0.000Air Blank 21:57

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:4108/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:25

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

PEREZDIAZ

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

# 1Subject Sample 22:00 RFI Detect

0.000Breath Volume 22:00

0.000Air Blank 22:00

0.077Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:2108/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:25

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

PEREZDIAZ

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.080Control Test 22:03

Air Blank 22:03 RFI Detect

0.000Air Blank 22:04

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:5108/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:25

FHP Troop G

MILLS,SCOTT

03/05/2023

202303

FHP Troop G

MILLS,SCOTT,T

PEREZDIAZ

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

# 1 0.143Subject Sample 22:08

1.785Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:10

# 2 0.126Subject Sample 22:14 Volume Not Met

1.082Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:16

# 3 0.134Subject Sample 22:18

1.855Breath Volume 22:18

0.000Air Blank 22:18

0.073Control Test 22:19 Control Outside Tolerance

0.000Air Blank 22:19

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:3208/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

02:08

St. John's County SO

GREEN,J

03/05/2023

202303

St. John's County SO

GREEN,J,A

OTT

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.078Control Test 02:27

0.000Air Blank 02:28

# 1 0.155Subject Sample 02:28

2.632Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.155Subject Sample 02:31

2.765Breath Volume 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:4108/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:37

St. Augustine PD

CORREA,JONATHAN

03/05/2023

202303

St. Augustine PD

CORREA,JONATHAN,E

LENTZ

07/25/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.078Control Test 00:43

0.000Air Blank 00:43

# 1 0.161Subject Sample 00:44

3.035Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.156Subject Sample 00:47

3.253Breath Volume 00:47

0.000Air Blank 00:47

0.077Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 08/30/2022 07:54

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:5608/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:55

Gainesville PD

GUYTON,JOHN

12/05/2023

29821080A3

Gainesville PD

GUYTON,JOHN,A

ADEOTI

07/27/2022

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.078Control Test 02:42

0.000Air Blank 02:42

# 1 0.088Subject Sample 02:44

2.496Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.084Subject Sample 02:47

2.613Breath Volume 02:47

0.000Air Blank 02:48

0.077Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 08/29/2022 21:46

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:0608/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:55

Gainesville PD

GONZALEZ-
WELKER,GILBERTO

12/05/2023

29821080A3

Gainesville PD

SHUTTERLY,BROOKE,L

GUTIERREZ

07/27/2022

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.079Control Test 23:34

0.000Air Blank 23:35

# 1 0.201Subject Sample 23:36

1.730Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.195Subject Sample 23:39

2.906Breath Volume 23:39

0.000Air Blank 23:40

0.074Control Test 23:40 Control Outside Tolerance

0.000Air Blank 23:41

Data Download Date/Time: 08/29/2022 21:47

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2608/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:55

Gainesville PD

GONZALEZ-
WELKER,GILBERTO

12/05/2023

29821080A3

Gainesville PD

SHUTTERLY,BROOKE,L

GUTIERREZ

07/27/2022

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.077Control Test 23:43

0.000Air Blank 23:44

# 1 0.191Subject Sample 23:44

2.453Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:46

# 2 0.196Subject Sample 23:47

3.757Breath Volume 23:47

0.000Air Blank 23:48

0.078Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 08/31/2022 08:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3708/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:29

Gainesville PD

GUYTON,JOHN

12/05/2023

29821080A3

Gainesville PD

GUYTON,JOHN,A

FLEACE

07/27/2022

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.077Control Test 03:05

0.000Air Blank 03:06

# 1Subject Sample 03:09 No Sample Provided

0.000Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2Subject Sample 03:11 Subject Test Refused

0.000Breath Volume 03:11

Air Blank 03:12 RFI Detect

0.000Air Blank 03:12

Data Download Date/Time: 08/31/2022 08:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4708/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:29

Gainesville PD

GUYTON,JOHN

12/05/2023

29821080A3

Gainesville PD

GUYTON,JOHN,A

FLEACE

07/27/2022

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.076Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:17

0.075Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 08/31/2022 08:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:3808/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:38

Gainesville PD

MULLINS,BENJAMIN

12/05/2023

29821080A3

Gainesville PD

MILLER,MAURQUICE,D

KISELEV

07/27/2022

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.077Control Test 01:33

0.000Air Blank 01:33

# 1 0.206Subject Sample 01:37 Volume Not Met

0.300Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:38

Data Download Date/Time: 08/31/2022 08:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:5408/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

04:03

Gainesville PD

STEMEN,AARON

12/05/2023

29821080A3

Gainesville PD

STEMEN,AARON,M

VINCENT

08/29/2022

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.078Control Test 04:57

0.000Air Blank 04:57

# 1 0.140Subject Sample 04:58

3.496Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.138Subject Sample 05:01

3.316Breath Volume 05:01

0.000Air Blank 05:01

0.078Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 08/31/2022 08:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:2508/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:21

Gainesville PD

GUYTON,JOHN

12/05/2023

29821080A3

Gainesville PD

GUYTON,JOHN,A

GLADDEN

07/27/2022

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.077Control Test 01:10

0.000Air Blank 01:11

# 1Subject Sample 01:14 No Sample Provided

0.000Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 08/31/2022 08:04

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5408/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:44

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

SWICK

07/13/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1 0.167Subject Sample 00:48

1.304Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.159Subject Sample 00:52

2.070Breath Volume 00:52

0.000Air Blank 00:52

0.078Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 08/04/2022 11:32

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:0608/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:07

Hillsborough Co SO

LEISCH,B

04/05/2023

06021080A2

Hillsborough Co SO

PIERCEY,JANICE,F

BLUM

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.078Control Test 02:00

0.000Air Blank 02:00

# 1Subject Sample 02:04 No Sample Provided

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:0108/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

18:35

Hillsborough Co SO

JENKINS,A

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

MENDEZ SALES

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.079Control Test 19:37

0.000Air Blank 19:38

# 1 0.203Subject Sample 19:39

2.703Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.200Subject Sample 19:42

2.449Breath Volume 19:42

0.000Air Blank 19:43

0.078Control Test 19:43

0.000Air Blank 19:43

OKDiagnostics Check 19:44

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:2608/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:12

Hillsborough Co SO

HARRISON,G

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

ALMARAZ HERNANDEZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:03

# 1 0.209Subject Sample 22:07 Volume Not Met

0.253Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.211Subject Sample 22:11

1.488Breath Volume 22:11

0.000Air Blank 22:12

0.000Air Blank 22:13

# 3 0.237Subject Sample 22:14

1.300Breath Volume 22:14

0.000Air Blank 22:15

0.074Control Test 22:15 Control Outside Tolerance

0.000Air Blank 22:16

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:1608/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:12

Hillsborough Co SO

HARRISON,G

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

ALMARAZ HERNANDEZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.076Control Test 22:20

0.000Air Blank 22:20

# 1 0.226Subject Sample 22:21

1.277Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:23

# 2 0.207Subject Sample 22:25

1.667Breath Volume 22:25

0.000Air Blank 22:26

0.075Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:1408/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:54

Tampa PD

BADEN,T

04/05/2023

06021080A2

Tampa PD

PIERCEY,JANICE,F

VALENTIN

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:37

0.078Control Test 05:37

0.000Air Blank 05:38

# 1 0.123Subject Sample 05:39

2.007Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:42

# 2 0.110Subject Sample 05:42

1.429Breath Volume 05:42

0.000Air Blank 05:43

0.077Control Test 05:43

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:3808/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

20:00

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

FERRUFINO ESPINAL

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:48

0.079Control Test 20:48

0.000Air Blank 20:49

# 1 0.304Subject Sample 20:50

2.441Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:52

# 2 0.301Subject Sample 20:53

1.562Breath Volume 20:53

0.000Air Blank 20:54

0.077Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:4808/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:14

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

DAIL,JULIE,A

RINICK JR

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.078Control Test 04:01

0.000Air Blank 04:01

# 1 0.224Subject Sample 04:02

2.371Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.221Subject Sample 04:05

1.671Breath Volume 04:05

0.000Air Blank 04:05

0.078Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:00:0108/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

06:15

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

SNYDER,MELONIE,E

BLANC

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:53

0.000Air Blank 06:54

0.078Control Test 06:54

0.000Air Blank 06:54

# 1 0.183Subject Sample 06:55

2.171Breath Volume 06:55

0.000Air Blank 06:56

0.000Air Blank 06:57

# 2 0.187Subject Sample 06:58

2.945Breath Volume 06:58

0.000Air Blank 06:59

0.078Control Test 06:59

0.000Air Blank 06:59

OKDiagnostics Check 07:00

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:10:1408/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:42

07:10

Hillsborough Co SO

LEE,JUSTIN

04/05/2023

06021080A2

Tampa PD

SNYDER,MELONIE,E

ENGLISH

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:03

0.000Air Blank 08:04

0.078Control Test 08:04

0.000Air Blank 08:05

# 1 0.156Subject Sample 08:05

2.062Breath Volume 08:05

0.000Air Blank 08:06

0.000Air Blank 08:08

# 2 0.149Subject Sample 08:08

3.152Breath Volume 08:08

0.000Air Blank 08:09

0.077Control Test 08:09

0.000Air Blank 08:10

OKDiagnostics Check 08:10

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:5808/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:11

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

ESPARZA

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:09

0.000Air Blank 20:09

0.079Control Test 20:09

0.000Air Blank 20:10

# 1 0.230Subject Sample 20:12

1.527Breath Volume 20:12

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.218Subject Sample 20:15

2.023Breath Volume 20:15

0.000Air Blank 20:16

0.076Control Test 20:16

0.000Air Blank 20:17

FailDiagnostics Check 20:17 Temperature Regulation Test

0.000Air Blank 20:17

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:5708/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:48

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

DAIL,JULIE,A

JIMENEZ-JIMENEZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.079Control Test 20:37

0.000Air Blank 20:37

# 1Subject Sample 20:40 No Sample Provided

0.000Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2Subject Sample 20:46 No Sample Provided

0.000Breath Volume 20:46

0.000Air Blank 20:47

0.079Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 09/01/2022 14:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:3508/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:26

Hillsborough Co SO

CHOI,H

04/05/2023

06021080A2

Hillsborough Co SO

MASON,FRANCESCA,M

GOMEZ PEREZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.080Control Test 22:24

0.000Air Blank 22:25

# 1 0.204Subject Sample 22:25

1.832Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.219Subject Sample 22:28

2.093Breath Volume 22:28

0.000Air Blank 22:29

0.078Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:1008/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:07

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

BLUE

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:21

0.079Control Test 21:21

0.000Air Blank 21:22

# 1Subject Sample 21:25 No Sample Provided

0.000Breath Volume 21:25

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2Subject Sample 21:28 Subject Test Refused

0.000Breath Volume 21:28

0.000Air Blank 21:29

0.077Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:1808/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:07

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

BLUE

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.078Control Test 21:36

0.000Air Blank 21:37

# 1Subject Sample 21:39 Subject Test Refused

0.046Breath Volume 21:39

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3208/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:30

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

LOPEZ GARCIA

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.078Control Test 00:26

0.000Air Blank 00:26

# 1 0.139Subject Sample 00:27

1.628Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.137Subject Sample 00:30

1.519Breath Volume 00:30

0.000Air Blank 00:31

0.076Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0208/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

02:14

01:50

Hillsborough Co SO

CLARK,I

04/05/2023

06021080A2

Hillsborough Co SO

PIERCEY,JANICE,F

SEALS

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.078Control Test 02:35

0.000Air Blank 02:36

# 1 0.025Subject Sample 02:37

3.144Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.026Subject Sample 02:40

2.687Breath Volume 02:40

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:42

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:4108/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:43

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HOHMAN JR

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.078Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:33 Sequence Aborted

0.000Breath Volume 00:33

0.000Air Blank 00:33

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3608/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:43

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HOHMAN JR

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.078Control Test 00:39

0.000Air Blank 00:40

# 1 0.137Subject Sample 00:40

3.546Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.136Subject Sample 00:43

3.203Breath Volume 00:43

0.000Air Blank 00:44

0.079Control Test 00:44 Interferent Detect

0.000Air Blank 00:45

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:1208/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:43

Hillsborough Co SO

GUERRERO,D

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HOHMAN JR

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.077Control Test 00:49

0.000Air Blank 00:49

# 1 0.135Subject Sample 00:50

2.679Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:52

# 2 0.133Subject Sample 00:53

2.550Breath Volume 00:53

0.000Air Blank 00:54

0.076Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:1108/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:42

Hillsborough Co SO

EARLYWINE,G

04/05/2023

06021080A2

FHP Troop C

MASON,FRANCESCA,M

BYERS

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

# 1 0.000Subject Sample 02:10

1.605Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.000Subject Sample 02:13

2.238Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:1008/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

05:16

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

DAIL,JULIE,A

COLLEUR

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:58

0.000Air Blank 05:59

0.078Control Test 05:59

0.000Air Blank 06:00

# 1 0.136Subject Sample 06:00

2.035Breath Volume 06:00

0.000Air Blank 06:01

0.000Air Blank 06:03

# 2 0.133Subject Sample 06:03

2.425Breath Volume 06:03

0.000Air Blank 06:04

0.078Control Test 06:04

0.000Air Blank 06:05

OKDiagnostics Check 06:05

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3208/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:25

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

PEAR

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.078Control Test 00:14

0.000Air Blank 00:14

# 1 0.130Subject Sample 00:15

2.605Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.127Subject Sample 00:18

3.382Breath Volume 00:18

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:3808/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:20

Hillsborough Co SO

HALL,L

04/05/2023

06021080A2

Hillsborough Co SO

DAIL,JULIE,A

LOPEZ GONZALEZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.078Control Test 02:22

0.000Air Blank 02:23

# 1 0.173Subject Sample 02:23

1.761Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.168Subject Sample 02:26

1.632Breath Volume 02:26

0.000Air Blank 02:27

0.077Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4008/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:41

Hillsborough Co SO

BRIGHTWELL,R

04/05/2023

06021080A2

U of So FL Campus PD

JONES,MINDY,L

CASTRO

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.078Control Test 02:39

0.000Air Blank 02:39

# 1 0.000Subject Sample 02:40

2.605Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.000Subject Sample 02:43

2.796Breath Volume 02:43

0.000Air Blank 02:43

0.077Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:41:5608/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

07:12

06:50

Hillsborough Co SO

WALL,J

04/05/2023

06021080A2

Hillsborough Co SO

GREENLEE,NANCY,J

BRADLEY

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:33

0.000Air Blank 07:33

0.078Control Test 07:34

0.000Air Blank 07:34

# 1Subject Sample 07:37 No Sample Provided

0.000Breath Volume 07:37

0.000Air Blank 07:38

0.000Air Blank 07:40

# 2Subject Sample 07:40 Subject Test Refused

0.000Breath Volume 07:40

0.000Air Blank 07:41

0.077Control Test 07:41

0.000Air Blank 07:41

OKDiagnostics Check 07:41

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1408/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:32

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

CAMPBELL

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.208Subject Sample 01:25 Volume Not Met

0.222Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:27

# 2 0.249Subject Sample 01:28

2.042Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 3 0.252Subject Sample 01:32

2.265Breath Volume 01:32

0.000Air Blank 01:33

0.075Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0308/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:17

U of So FL Campus PD

GIERMEK,T

04/05/2023

06021080A2

U of So FL Campus PD

PIERCEY,JANICE,F

FU

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.077Control Test 02:10

0.000Air Blank 02:11

# 1 0.126Subject Sample 02:13

1.503Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.130Subject Sample 02:16

1.792Breath Volume 02:16

0.000Air Blank 02:17

0.076Control Test 02:17

0.000Air Blank 02:18

FailDiagnostics Check 02:18 Temperature Regulation Test

0.000Air Blank 02:19

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:5008/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:17

U of So FL Campus PD

GIERMEK,T

04/05/2023

06021080A2

U of So FL Campus PD

PIERCEY,JANICE,F

FU

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.077Control Test 02:31

0.000Air Blank 02:31

# 1 0.120Subject Sample 02:33

1.417Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.129Subject Sample 02:36

1.722Breath Volume 02:36

0.000Air Blank 02:36

0.077Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5208/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:59

Hillsborough Co SO

WASHINGTON,D

04/05/2023

06021080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

GOMEZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.077Control Test 02:45

0.000Air Blank 02:45

# 1 0.000Subject Sample 02:46

2.656Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.000Subject Sample 02:49

2.742Breath Volume 02:49

0.000Air Blank 02:49

0.077Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 09/01/2022 15:00

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:3508/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:21

Temple Terrace PD

MEYERS,J

04/05/2023

06021080A2

Temple Terrace PD

PIERCEY,JANICE,F

SMITH

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.077Control Test 04:02

0.000Air Blank 04:03

# 1Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:04

0.078Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 09/01/2022 15:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:55:2008/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:28

06:00

Hillsborough Co SO

BAILEY,D

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

AMILCAR

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:48

0.000Air Blank 06:48

0.078Control Test 06:49

0.000Air Blank 06:49

# 1 0.155Subject Sample 06:50

2.800Breath Volume 06:50

0.000Air Blank 06:51

0.000Air Blank 06:52

# 2 0.135Subject Sample 06:53

2.019Breath Volume 06:53

0.000Air Blank 06:54

0.077Control Test 06:54

0.000Air Blank 06:55

OKDiagnostics Check 06:55

Data Download Date/Time: 09/01/2022 15:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:5208/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:06

Hillsborough Co SO

CLARK,I

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

JIMENEZ GOMEZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:13

0.078Control Test 20:13

0.000Air Blank 20:14

# 1 0.197Subject Sample 20:15

1.457Breath Volume 20:15

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.208Subject Sample 20:18

1.605Breath Volume 20:18

0.000Air Blank 20:18

0.077Control Test 20:19

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 09/01/2022 15:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:1908/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:40

Hillsborough Co SO

CHOI,H

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SALAZAR PEREZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.078Control Test 00:45

0.000Air Blank 00:45

# 1 0.142Subject Sample 00:46

2.644Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.134Subject Sample 00:51

1.714Breath Volume 00:51

0.000Air Blank 00:51

0.078Control Test 00:52

0.000Air Blank 00:52

FailDiagnostics Check 00:52 Temperature Regulation Test

0.000Air Blank 00:53

Data Download Date/Time: 09/01/2022 15:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5408/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:40

Hillsborough Co SO

CHOI,H

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SALAZAR PEREZ

08/04/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.077Control Test 01:00

0.000Air Blank 01:01

# 1 0.125Subject Sample 01:02

1.234Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.138Subject Sample 01:05

1.308Breath Volume 01:05

0.000Air Blank 01:05

0.078Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 09/01/2022 15:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4408/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:58

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

PARENTE

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 09/16/2022 14:48

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:0408/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:11

16:04

FHP Troop A

MANNING,CARL

02/25/2023

1283438

FHP Troop A

MANNING,CARL,T

ROMERO BRIZUELA

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:36

0.000Air Blank 16:37

0.079Control Test 16:37

0.000Air Blank 16:38

# 1 0.239Subject Sample 16:38

3.062Breath Volume 16:38

0.000Air Blank 16:39

0.000Air Blank 16:41

# 2 0.235Subject Sample 16:41

2.957Breath Volume 16:41

0.000Air Blank 16:42

0.079Control Test 16:42

0.000Air Blank 16:42

OKDiagnostics Check 16:43

Data Download Date/Time: 09/16/2022 14:48

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1408/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:48

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

ANDERSON

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1 0.091Subject Sample 04:08

4.023Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.089Subject Sample 04:11

3.988Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 09/16/2022 14:48

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3408/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:00

Escambia County SO

SHORETTE,BRIAN

02/25/2023

1283438

Escambia County SO

SHORETTE,BRIAN,E

WILLIAMS

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

# 1 0.144Subject Sample 02:36

1.953Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.134Subject Sample 02:39

1.214Breath Volume 02:39

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 09/16/2022 14:48

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2408/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

02:02

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

HAGLER

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:28

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2808/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:00

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

RANKINE

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

# 1 0.000Subject Sample 23:52

2.949Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.000Subject Sample 23:55

1.437Breath Volume 23:55

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:5508/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:18

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

GRAMMER

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:11

# 1 0.123Subject Sample 04:12

1.542Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.137Subject Sample 04:16

2.949Breath Volume 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:5808/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:33

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

OSWALD

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:3508/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:48

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

SMITH

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.080Control Test 04:36

0.000Air Blank 04:36

# 1 0.031Subject Sample 04:37

2.996Breath Volume 04:37

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.030Subject Sample 04:40

2.894Breath Volume 04:40

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:0208/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:31

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

CLEDE

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.079Control Test 21:14

0.000Air Blank 21:14

# 1 0.187Subject Sample 21:14

1.156Breath Volume 21:14

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.209Subject Sample 21:18

1.273Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:20

# 3 0.195Subject Sample 21:21

2.218Breath Volume 21:21

0.000Air Blank 21:22

0.078Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:23

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:4508/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

02:41

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

SCHNATZ

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.080Control Test 05:03

0.000Air Blank 05:04

# 1Subject Sample 05:04 Subject Test Refused

0.000Breath Volume 05:04

0.000Air Blank 05:04

0.080Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:5308/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:48

17:35

FHP Troop A

SEIB,ALEXANDER

02/25/2023

1283438

FHP Troop A

SEIB,ALEXANDER,A

BORJAS

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:08

0.000Air Blank 18:09

0.078Control Test 18:09

0.000Air Blank 18:09

# 1 0.241Subject Sample 18:10

2.105Breath Volume 18:10

0.000Air Blank 18:11

0.000Air Blank 18:12

# 2 0.249Subject Sample 18:13

1.968Breath Volume 18:13

0.000Air Blank 18:13

0.076Control Test 18:14

0.000Air Blank 18:14

OKDiagnostics Check 18:14

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1908/25/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

00:51

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

WELLS

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.081Control Test 02:16

0.000Air Blank 02:16

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:2308/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:10

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

ITTNER

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:23

# 1 0.210Subject Sample 04:23

3.214Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.193Subject Sample 04:26

1.324Breath Volume 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:1808/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:06

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

DIAZ GALVAN

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

# 1 0.187Subject Sample 01:27

1.214Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.160Subject Sample 01:30

1.132Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 3 0.186Subject Sample 01:33

2.945Breath Volume 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:0908/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:52

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

WOMACK

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

# 1 0.168Subject Sample 04:38

3.480Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:40

# 2 0.169Subject Sample 04:41

3.871Breath Volume 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2108/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

02:15

FHP Troop A

RHODEN,DELRICKUS

02/25/2023

1283438

FHP Troop A

RHODEN,DELRICKUS,M

KELIGOND

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.080Control Test 04:12

0.000Air Blank 04:12

# 1Subject Sample 04:12 Subject Test Refused

0.000Breath Volume 04:12

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 09/16/2022 14:49

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006436CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:5608/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

05:58

Escambia County SO

MCKINLEY,CONOR

02/25/2023

1283438

Escambia County SO

SHELLEY,SAMUEL,L

JENKINS

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:38

0.079Control Test 06:39

0.000Air Blank 06:39

# 1 0.139Subject Sample 06:42 Volume Not Met

0.101Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:45

# 2 0.081Subject Sample 06:48 Volume Not Met

0.195Breath Volume 06:48

0.000Air Blank 06:49

0.075Control Test 06:49

0.000Air Blank 06:49

OKDiagnostics Check 06:49

Data Download Date/Time: 09/16/2022 14:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006436CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:08:5008/23/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

05:58

Escambia County SO

MCKINLEY,CONOR

02/25/2023

1283438

Escambia County SO

SHELLEY,SAMUEL,L

JENKINS

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:57

0.000Air Blank 06:57

0.077Control Test 06:58

0.000Air Blank 06:58

# 1 0.145Subject Sample 07:01 Volume Not Met

0.601Breath Volume 07:01

0.000Air Blank 07:02

0.000Air Blank 07:04

# 2Subject Sample 07:07 No Sample Provided

0.000Breath Volume 07:07

0.000Air Blank 07:07

0.075Control Test 07:08

0.000Air Blank 07:08

OKDiagnostics Check 07:08

Data Download Date/Time: 09/16/2022 14:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006436CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2208/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:49

FHP Troop A

MESTEK,JOHN

02/25/2023

1283438

FHP Troop A

MESTEK,JOHN,A

SMITH

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.078Control Test 00:21

0.000Air Blank 00:22

# 1 0.345Subject Sample 00:23

1.222Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2Subject Sample 00:26 Slope Not Met

0.796Breath Volume 00:26

0.000Air Blank 00:27

0.077Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 09/16/2022 14:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006436CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:1908/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:49

FHP Troop A

MESTEK,JOHN

02/25/2023

1283438

FHP Troop A

MESTEK,JOHN,A

SMITH

08/08/2022

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.077Control Test 00:31

0.000Air Blank 00:31

# 1 0.362Subject Sample 00:34

1.277Breath Volume 00:34

Air Blank 00:34 Purge Fail

0.000Air Blank 00:35

Data Download Date/Time: 09/16/2022 14:01

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:1108/11/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

21:04

Miami PD

PASTOR,JOSE

05/20/2024

1497672

Miami PD

PASTOR,JOSE,F

DELGADO REYGADA

07/28/2022

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.080Control Test 21:17

0.000Air Blank 21:17

# 1 0.237Subject Sample 21:18

1.585Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:20

# 2 0.223Subject Sample 21:21

1.683Breath Volume 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 09/21/2022 15:36

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:3408/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:32

Miami PD

PASTOR,JOSE

05/20/2024

1497672

Miami PD

PASTOR,JOSE,F

OLIVAS

07/28/2022

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:54

# 2 0.108Subject Sample 23:56

1.222Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.105Subject Sample 00:01

1.421Breath Volume 00:01

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 09/21/2022 15:36

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:04:2508/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

16:15

MONROE COUNTY SO

TORRES,JOEL

04/12/2024

1474747

MONROE COUNTY SO

TORRES,JOEL,M

GALLO

07/06/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:56

0.000Air Blank 16:56

0.078Control Test 16:57

0.000Air Blank 16:57

# 1 0.260Subject Sample 16:59

1.972Breath Volume 16:59

0.000Air Blank 17:00

0.000Air Blank 17:02

# 2 0.258Subject Sample 17:02

2.410Breath Volume 17:02

0.000Air Blank 17:03

0.078Control Test 17:03

0.000Air Blank 17:04

OKDiagnostics Check 17:04

Data Download Date/Time: 08/04/2022 14:25

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1508/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:55

MONROE COUNTY SO

GUERRA,NERELYS

04/12/2024

1474747

MONROE COUNTY SO

GUERRA,NERELYS,

HAGER

07/06/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.078Control Test 04:29

0.000Air Blank 04:29

# 1Subject Sample 04:31 Subject Test Refused

0.000Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 08/04/2022 14:25

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:5008/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:44

MONROE COUNTY SO

RODRIGUEZ,RICHARD

04/12/2024

1474747

MONROE COUNTY SO

RODRIGUEZ,RICHARD,

MEFFORD

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:15

# 1 0.182Subject Sample 22:16

2.304Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:18

# 2 0.177Subject Sample 22:19

2.050Breath Volume 22:19

0.000Air Blank 22:19

0.078Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 09/28/2022 13:58

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3908/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:33

MONROE COUNTY SO

RAMIREZ,ANDRES

04/12/2024

1474747

MONROE COUNTY SO

ELMORE,BENJAMIN,R

MAC SHANE

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

# 1Subject Sample 00:09 Subject Test Refused

0.000Breath Volume 00:09

0.000Air Blank 00:09

0.079Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 09/28/2022 13:58

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0408/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:07

MONROE COUNTY SO

MONACO,ASHLEY

04/12/2024

1474747

MONROE COUNTY SO

RODRIGUEZ,RICHARD,

BOND

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:49

# 1Subject Sample 00:49 Subject Test Refused

0.000Breath Volume 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:51

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:5508/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:58

MONROE COUNTY SO

DOMINGUEZ,OSCAR

04/12/2024

1474747

MONROE COUNTY SO

VALDES,DANIEL,J

BENAVIDES ROJAS

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.078Control Test 23:39

0.000Air Blank 23:40

# 1Subject Sample 23:40 Subject Test Refused

0.000Breath Volume 23:40

0.000Air Blank 23:41

0.078Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:27:5108/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:03

15:51

MONROE COUNTY SO

MATTHEWS,CASEY

04/12/2024

1474747

MONROE COUNTY SO

MATTHEWS,CASEY,A

ULLOA

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:24

0.000Air Blank 16:25

0.079Control Test 16:25

0.000Air Blank 16:26

# 1Subject Sample 16:26 Subject Test Refused

0.000Breath Volume 16:26

0.000Air Blank 16:26

0.078Control Test 16:27

0.000Air Blank 16:27

OKDiagnostics Check 16:27

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:2808/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:57

MONROE COUNTY SO

RODRIGUEZ,RICHARD

04/12/2024

1474747

MONROE COUNTY SO

RODRIGUEZ,RICHARD,

BLANCO

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:35

0.079Control Test 18:35

0.000Air Blank 18:36

# 1 0.247Subject Sample 18:36

1.714Breath Volume 18:36

0.000Air Blank 18:37

0.000Air Blank 18:39

# 2 0.252Subject Sample 18:39

2.218Breath Volume 18:39

0.000Air Blank 18:40

0.078Control Test 18:40

0.000Air Blank 18:41

OKDiagnostics Check 18:41

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:1808/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

20:08

MONROE COUNTY SO

RODRIGUEZ,RICHARD

04/12/2024

1474747

MONROE COUNTY SO

RODRIGUEZ,RICHARD,

CARTER

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.079Control Test 22:12

0.000Air Blank 22:12

# 1Subject Sample 22:12 Subject Test Refused

0.000Breath Volume 22:12

0.000Air Blank 22:13

0.078Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:3108/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:57

FHP TROOP E

WILLIAMS,DAVID

04/12/2024

147474

FHP TROOP E

WILLIAMS,DAVID,E

FAY

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.076Control Test 23:22

0.000Air Blank 23:23

# 1Subject Sample 23:25 Subject Test Refused

0.000Breath Volume 23:25

0.000Air Blank 23:25

0.077Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:2108/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:11

10:58

MONROE COUNTY SO

DOMINGUEZ,OSCAR

04/12/2024

1474747

MONROE COUNTY SO

DOMINGUEZ,OSCAR,D

JONES

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.078Control Test 23:13

0.000Air Blank 23:14

# 1 0.210Subject Sample 23:14

2.757Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.217Subject Sample 23:17

2.171Breath Volume 23:17

0.000Air Blank 23:18

0.078Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:3108/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:18

MONROE COUNTY SO

RODRIGUEZ,RICHARD

04/12/2024

1474747

MONROE COUNTY SO

RODRIGUEZ,RICHARD,

DAIHA

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:1108/24/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:58

MONROE COUNTY SO

RODRIGUEZ,RICHARD

04/12/2024

1474747

MONROE COUNTY SO

RODRIGUEZ,RICHARD,

ESPINOSA

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.078Control Test 23:32

0.000Air Blank 23:33

# 1 0.097Subject Sample 23:36 Volume Not Met

0.726Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.118Subject Sample 23:39

1.566Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 3 0.126Subject Sample 23:42

1.332Breath Volume 23:42

0.000Air Blank 23:43

0.077Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:2608/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:06

MONROE COUNTY SO

VALDES,DANIEL

04/12/2024

1474747

MONROE COUNTY SO

VALDES,DANIEL,J

BROOKS

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.079Control Test 22:09

0.000Air Blank 22:10

# 1 0.160Subject Sample 22:10

2.144Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.170Subject Sample 22:13

3.023Breath Volume 22:13

0.000Air Blank 22:14

0.078Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1408/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:46

MONROE COUNTY SO

GUERRA,WILLIAM

04/12/2024

1474747

MONROE COUNTY SO

GUERRA,WILLIAM,J

GAJUS

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

# 1 0.138Subject Sample 02:34

1.515Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.145Subject Sample 02:37

1.191Breath Volume 02:37

0.000Air Blank 02:38

0.077Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:28:3908/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:38

MONROE COUNTY SO

RODRIGUEZ,RICHARD

04/12/2024

1474747

MONROE COUNTY SO

RODRIGUEZ,RICHARD,

LOPEZ

08/04/2022

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:25

0.000Air Blank 06:26

0.079Control Test 06:26

0.000Air Blank 06:27

# 1Subject Sample 06:27 Subject Test Refused

0.000Breath Volume 06:27

0.000Air Blank 06:27

0.079Control Test 06:28

0.000Air Blank 06:28

OKDiagnostics Check 06:28

Data Download Date/Time: 09/28/2022 13:59

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0208/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:07

Palm Beach County SO

WORRELL,JENNIFER

09/05/2023

19021080A2

Delray Beach PD

LEAHEY,THOMAS,H

CLARKE

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1 0.225Subject Sample 23:04

1.960Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.216Subject Sample 23:07

2.109Breath Volume 23:07

0.000Air Blank 23:08

0.078Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:09

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4108/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:20

Palm Beach County SO

ALEXANDER,MICHAEL

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

ORDONEZ TINOCO

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.080Control Test 01:14

0.000Air Blank 01:14

# 1 0.163Subject Sample 01:15

1.707Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:17

# 2 0.173Subject Sample 01:19

3.160Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5808/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:33

Palm Beach County SO

FLINK,ANDREW

09/05/2023

19021080A2

Palm Beach Gardens

LEAHEY,THOMAS,H

REYES

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

# 1 0.134Subject Sample 02:31

1.296Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.128Subject Sample 02:34

1.511Breath Volume 02:34

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:5908/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:26

Palm Beach County SO

SENTMANAT,ADOLFO

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

MORINVIL

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.080Control Test 05:27

0.000Air Blank 05:27

# 1 0.110Subject Sample 05:29

1.230Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.111Subject Sample 05:33

1.371Breath Volume 05:33

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:0408/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:03

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

GARCIA

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.081Control Test 22:59

0.000Air Blank 22:59

# 1 0.102Subject Sample 23:00

2.085Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.097Subject Sample 23:03

1.843Breath Volume 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:05

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0908/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:12

Palm Beach County SO

BLACKMAN,VICKTOR

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

ROA CEPERO

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

# 1 0.174Subject Sample 02:07

1.785Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.178Subject Sample 02:10

2.656Breath Volume 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:0408/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:30

Palm Beach County SO

SAYIH,ROBERT

09/05/2023

19021080A2

FHP Troop L

BELL,JOSHUA,J

PEREZ GARCIA

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:56

# 1 0.205Subject Sample 04:57

1.179Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.202Subject Sample 05:01

1.804Breath Volume 05:01

0.000Air Blank 05:02

0.080Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:03

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:4008/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:19

Palm Beach County SO

WHITE,EDWARD

09/05/2023

19021080A2

Palm Beach County SO

O'NEAL,SHARI,L

SANCHEZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:11

# 1 0.131Subject Sample 02:12

2.363Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.128Subject Sample 02:16

1.648Breath Volume 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:2108/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

21:55

Palm Beach County SO

SENTMANAT,ADOLFO

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

PESCATORE

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:10

# 1 0.216Subject Sample 23:11

2.082Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.209Subject Sample 23:14

2.121Breath Volume 23:14

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:1708/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:29

Palm Beach County SO

GONZALEZ,ROBERTO

09/05/2023

19021080A2

Palm Beach County SO

POUND,PARIS,D

MITCHELL

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

# 1 0.223Subject Sample 23:36

2.359Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.229Subject Sample 23:39

2.941Breath Volume 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0508/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

23:56

Palm Beach County SO

CHARELUS,OBED

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

SCHWARTZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

# 1 0.034Subject Sample 01:27

1.316Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.031Subject Sample 01:30

1.582Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:32

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:5008/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:36

Palm Beach County SO

HOLLIGAN,DANIEL

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

IDARRAGA

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.080Control Test 04:37

0.000Air Blank 04:37

# 1 0.000Subject Sample 04:38

1.207Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.000Subject Sample 04:41

1.406Breath Volume 04:41

0.000Air Blank 04:41

0.080Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 08/19/2022 16:29

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1208/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:14

Palm Beach County SO

TEJEDA,ANTHONY

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

HERNANDEZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.081Control Test 23:50

0.000Air Blank 23:50

# 1 0.195Subject Sample 23:51

1.230Breath Volume 23:51

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2Subject Sample 23:56 Subject Test Refused

1.007Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1508/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:39

Palm Beach County SO

WHITE,EDWARD

09/05/2023

19021080A2

Palm Beach County SO

LEAHEY,THOMAS,H

CALIXTO LO[EZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

# 1 0.200Subject Sample 02:52

3.515Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.203Subject Sample 02:56

3.144Breath Volume 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:2508/12/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:26

Palm Beach County SO

CISSON,JACKIE

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

WILLIAMS

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

# 1 0.135Subject Sample 04:07

2.445Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.137Subject Sample 04:10

2.476Breath Volume 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:0608/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:49

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

BOSSCAWEN

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:07

# 1 0.216Subject Sample 20:10

1.261Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:12

# 2 0.239Subject Sample 20:13

2.480Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 3 0.232Subject Sample 20:16

1.363Breath Volume 20:16

0.000Air Blank 20:17

0.078Control Test 20:17

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:4408/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:20

Palm Beach County SO

MORGAN,DAVID

09/05/2023

19021080A2

FFWCC (West Palm)

BELL,JOSHUA,J

GONZALEZ LIMONTA

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.079Control Test 21:39

0.000Air Blank 21:40

# 1 0.038Subject Sample 21:41

1.835Breath Volume 21:41

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.035Subject Sample 21:44

1.871Breath Volume 21:44

0.000Air Blank 21:44

0.080Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4908/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:14

Palm Beach County SO

AMADON,WILL

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

PEREZ MENDEZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.199Subject Sample 02:03

1.621Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.202Subject Sample 02:07

1.605Breath Volume 02:07

0.000Air Blank 02:07

0.080Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5808/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:45

Palm Beach County SO

SENTMANAT,2345

09/05/2023

19021080A2

Palm Beach County SO

BELL,JOSHUA,J

FREDERICK

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:48

# 1 0.213Subject Sample 00:49

2.265Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:51

# 2 0.208Subject Sample 00:52

2.535Breath Volume 00:52

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1508/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:40

Palm Beach County SO

WINDSOR,NICHOLAS

09/05/2023

19021080A2

Delray Beach PD

LEAHEY,THOMAS,H

SHIFLET

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:34

# 1 0.206Subject Sample 01:36

1.593Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.208Subject Sample 01:40

2.238Breath Volume 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0708/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:35

Palm Beach County SO

TORRES,KERWIN

09/05/2023

19021080A2

Riviera Beach PD

BELL,JOSHUA,J

PARKER

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1 0.000Subject Sample 02:22

2.328Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.000Subject Sample 02:25

3.312Breath Volume 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 08/19/2022 16:30

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:1808/01/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:03

Palm Beach County SO

CHARELUS,OBED

06/05/2024

08622080A1

Palm Beach County SO

POUND,PARIS,D

LOPEZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:21

0.079Control Test 21:21

0.000Air Blank 21:22

# 1 0.000Subject Sample 21:22

2.609Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.000Subject Sample 21:25

2.851Breath Volume 21:25

0.000Air Blank 21:26

0.078Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:2708/02/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:26

Palm Beach County SO

WHITE,EDWARD

06/05/2024

08622080A1

Palm Beach County SO

RAGIN,RENEE,M

EDELSTEIN MILLER

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.079Control Test 23:54

0.000Air Blank 23:54

# 1 0.000Subject Sample 23:56

1.593Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.000Subject Sample 23:59

2.316Breath Volume 23:59

0.000Air Blank 23:59

0.076Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:0708/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:32

Palm Beach County SO

GITTENS,THOMAS

06/05/2024

08622080A1

West Palm Beach PD

RAGIN,RENEE,M

PU CASTRO

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.079Control Test 04:39

0.000Air Blank 04:39

# 1 0.154Subject Sample 04:40

2.484Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:42

# 2 0.152Subject Sample 04:43

2.003Breath Volume 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:0408/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:03

16:11

Palm Beach County SO

GELINA,PHILIP

06/05/2024

08622080A1

Jupiter PD

POUND,PARIS,D

JANSKY

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:36

0.000Air Blank 17:37

0.079Control Test 17:37

0.000Air Blank 17:38

# 1 0.206Subject Sample 17:41

1.218Breath Volume 17:41

0.000Air Blank 17:41

0.000Air Blank 17:43

# 2 0.210Subject Sample 17:44

1.859Breath Volume 17:44

0.000Air Blank 17:45

0.074Control Test 17:45 Control Outside Tolerance

0.000Air Blank 17:46

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:3108/03/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:11

Palm Beach County SO

GELINA,PHILIP

06/05/2024

08622080A1

Jupiter PD

POUND,PARIS,D

JANSKY

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:13

0.000Air Blank 18:14

0.077Control Test 18:14

0.000Air Blank 18:15

# 1 0.188Subject Sample 18:15

1.273Breath Volume 18:15

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2 0.190Subject Sample 18:19

1.804Breath Volume 18:19

0.000Air Blank 18:20

0.078Control Test 18:20

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5908/04/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:20

Palm Beach County SO

FLINK,ANDREW

06/05/2024

08622080A1

Palm Beach Gardens

RAGIN,RENEE,M

LOOR ROMERO

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

# 1 0.000Subject Sample 02:24

1.746Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.000Subject Sample 02:27

2.210Breath Volume 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3608/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:38

Palm Beach County SO

AMADON,WILL

06/05/2024

08622080A1

Palm Beach County SO

O'NEAL,SHARI,L

PASCUAL FRANCISCO

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.078Control Test 02:35

0.000Air Blank 02:35

# 1 0.095Subject Sample 02:36

1.968Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.093Subject Sample 02:38

2.441Breath Volume 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:2308/05/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:08

Palm Beach County SO

FLINK,ANDREW

06/05/2024

08622080A1

Palm Beach Gardens

O'NEAL,SHARI,L

MONJAREZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

# 1 0.061Subject Sample 22:07

1.898Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.060Subject Sample 22:10

2.652Breath Volume 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:0008/06/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:07

Palm Beach County SO

AMADON,WILL

06/05/2024

08622080A1

Palm Beach County SO

O'NEAL,SHARI,L

ROSALES MIRANDA

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:50

# 1 0.181Subject Sample 03:51

1.859Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:53

# 2 0.173Subject Sample 03:54

1.410Breath Volume 03:54

0.000Air Blank 03:55

0.077Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:56

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0108/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:25

Palm Beach County SO

AMADON,WILL

06/05/2024

08622080A1

Palm Beach County SO

O'NEAL,SHARI,L

VICENTE ESCALANTE

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.078Control Test 00:02

0.000Air Blank 00:03

# 1 0.180Subject Sample 00:04

2.046Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:06

# 2 0.180Subject Sample 00:07

1.582Breath Volume 00:07

0.000Air Blank 00:08

0.078Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:09

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:33:5308/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:01

06:32

Palm Beach County SO

ALEXANDRE,DOMINIC

06/05/2024

08622080A1

FHP Troop L

O'NEAL,SHARI,L

CRUZ RAMIREZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:27

0.000Air Blank 07:27

0.079Control Test 07:28

0.000Air Blank 07:28

# 1 0.157Subject Sample 07:29

1.726Breath Volume 07:29

0.000Air Blank 07:29

0.000Air Blank 07:31

# 2 0.146Subject Sample 07:32

1.632Breath Volume 07:32

0.000Air Blank 07:32

0.079Control Test 07:33

0.000Air Blank 07:33

OKDiagnostics Check 07:33

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:1108/07/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:34

Palm Beach County SO

JENNINGS,DAVON

06/05/2024

08622080A1

Boynton Beach PD

RAGIN,RENEE,M

SIEGEL

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:23

# 1 0.094Subject Sample 23:26 Volume Not Met

0.148Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.106Subject Sample 23:29

1.187Breath Volume 23:29

0.000Air Blank 23:29

0.000Air Blank 23:31

# 3 0.117Subject Sample 23:32

1.640Breath Volume 23:32

0.000Air Blank 23:33

0.078Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:1008/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:34

Palm Beach County SO

AMADON,WILL

06/05/2024

08622080A1

Palm Beach County SO

RAGIN,RENEE,M

COREA RIVAS

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.079Control Test 02:13

0.000Air Blank 02:13

# 1 0.132Subject Sample 02:14

1.730Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.132Subject Sample 02:17

1.226Breath Volume 02:17

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:24:1808/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

15:53

15:32

Palm Beach County SO

RODRIGUEZ,MARIO

06/05/2024

08622080A1

Palm Beach County SO

POUND,PARIS,D

KEENE

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:17

0.000Air Blank 16:18

0.079Control Test 16:18

0.000Air Blank 16:19

# 1 0.337Subject Sample 16:19

1.492Breath Volume 16:19

0.000Air Blank 16:20

0.000Air Blank 16:21

# 2 0.338Subject Sample 16:22

1.980Breath Volume 16:22

0.000Air Blank 16:23

0.077Control Test 16:23

0.000Air Blank 16:24

OKDiagnostics Check 16:24

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:3908/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:41

Palm Beach County SO

CISSON,JACKIE

06/05/2024

08622080A1

Palm Beach County SO

POUND,PARIS,D

OWENS

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

# 1 0.135Subject Sample 22:45

1.265Breath Volume 22:45

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.134Subject Sample 22:47

1.312Breath Volume 22:47

0.000Air Blank 22:48

0.078Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:4608/08/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:23

Palm Beach County SO

YOCHUM,CRAIG

06/05/2024

08622080A1

Jupiter PD

RAGIN,RENEE,M

HERRERA

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.078Control Test 23:21

0.000Air Blank 23:21

# 1 0.110Subject Sample 23:22

1.328Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.105Subject Sample 23:26

2.109Breath Volume 23:26

0.000Air Blank 23:26

0.077Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:3208/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:15

Palm Beach County SO

HERNANDEZ,EDWIN

06/05/2024

08622080A1

Delray Beach PD

RAGIN,RENEE,M

WALKER

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:13

# 1 0.215Subject Sample 01:13

2.664Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.204Subject Sample 01:17

2.863Breath Volume 01:17

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:2308/09/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:01

Palm Beach County SO

COSTALES,ALEXANDRO

06/05/2024

08622080A1

FHP Troop L

POUND,PARIS,D

DUNAGAN JR

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:23

0.000Air Blank 18:23

0.079Control Test 18:23

0.000Air Blank 18:24

# 1 0.009Subject Sample 18:25

1.820Breath Volume 18:25

0.000Air Blank 18:25

0.000Air Blank 18:27

# 2 0.009Subject Sample 18:28

2.597Breath Volume 18:28

0.000Air Blank 18:29

0.079Control Test 18:29

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2708/10/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:50

Palm Beach County SO

CISSON,JACKIE

06/05/2024

08622080A1

Palm Beach County SO

BELL,JOSHUA,J

AKINGBADE

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.079Control Test 23:41

0.000Air Blank 23:41

# 1 0.225Subject Sample 23:42

2.464Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.229Subject Sample 23:45

2.007Breath Volume 23:45

0.000Air Blank 23:46

0.077Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:0608/13/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

04:04

Palm Beach County SO

AMADON,WILL

06/05/2024

08622080A1

Palm Beach County SO

O'NEAL,SHARI,L

EARL

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

# 1 0.152Subject Sample 04:41

1.875Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.141Subject Sample 04:44

1.417Breath Volume 04:44

0.000Air Blank 04:45

0.077Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:2508/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:57

Palm Beach County SO

HERNANDEZ,EDWIN

06/05/2024

08622080A1

Palm Beach County SO

O'NEAL,SHARI,L

CIME

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

# 1 0.141Subject Sample 00:52

1.386Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.154Subject Sample 00:55

1.324Breath Volume 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:2708/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:12

Palm Beach County SO

DEPEINE,KENS

06/05/2024

08622080A1

FHP Troop L

POUND,PARIS,D

CHIYEMBEKEZA

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:49

# 1 0.146Subject Sample 20:49

1.742Breath Volume 20:49

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.143Subject Sample 20:52

2.460Breath Volume 20:52

0.000Air Blank 20:53

0.080Control Test 20:53

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:5008/14/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:36

Palm Beach County SO

WARD,CHRISTOPHER

06/05/2024

08622080A1

Palm Beach County SO

RAGIN,RENEE,M

GOMEZ PEREZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

# 1 0.162Subject Sample 23:29

1.828Breath Volume 23:29

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.155Subject Sample 23:32

2.367Breath Volume 23:32

0.000Air Blank 23:32

0.078Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:2108/15/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:36

Palm Beach County SO

AMADON,WILL

06/05/2024

08622080A1

Palm Beach County SO

POUND,PARIS,D

CENTENO CHAVEZ

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

# 1 0.158Subject Sample 01:25

2.218Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.152Subject Sample 01:28

1.726Breath Volume 01:28

0.000Air Blank 01:29

0.077Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:3708/16/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

19:20

Palm Beach County SO

HICKMAN,JON

06/05/2024

08622080A1

Boynton Beach PD

POUND,PARIS,D

LEVINE

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:10

0.000Air Blank 20:10

0.079Control Test 20:11

0.000Air Blank 20:11

# 1 0.000Subject Sample 20:12

1.394Breath Volume 20:12

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.000Subject Sample 20:15

1.449Breath Volume 20:15

0.000Air Blank 20:15

0.080Control Test 20:15

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3508/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:46

Palm Beach County SO

CHARELUS,OBED

06/05/2024

08622080A1

Palm Beach County SO

RAGIN,RENEE,M

GEARING

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:27

# 1 0.166Subject Sample 03:28

2.027Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 2 0.169Subject Sample 03:32

2.562Breath Volume 03:32

0.000Air Blank 03:33

0.077Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:3908/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:52

Palm Beach County SO

ROSAS,DESIREE

06/05/2024

08622080A1

Boynton Beach PD

POUND,PARIS,D

SMITH

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:20

0.000Air Blank 18:20

0.078Control Test 18:21

0.000Air Blank 18:21

# 1 0.272Subject Sample 18:22

1.910Breath Volume 18:22

0.000Air Blank 18:23

0.000Air Blank 18:24

# 2 0.270Subject Sample 18:26

2.800Breath Volume 18:26

0.000Air Blank 18:27

0.077Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:3808/17/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

21:07

Palm Beach County SO

ALEXANDER,MICHAEL

06/05/2024

08622080A1

Palm Beach County SO

POUND,PARIS,D

SANDERSON

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:56

0.000Air Blank 21:57

0.078Control Test 21:57

0.000Air Blank 21:57

# 1 0.000Subject Sample 21:58

1.375Breath Volume 21:58

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.000Subject Sample 22:03

1.832Breath Volume 22:03

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:4008/18/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:00

Palm Beach County SO

MCMAHON,GEORGE

06/05/2024

08622080A1

Palm Beach County SO

RAGIN,RENEE,M

TROUTMAN

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.078Control Test 01:51

0.000Air Blank 01:52

# 1 0.000Subject Sample 01:55 Volume Not Met

0.429Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2Subject Sample 02:00 Subject Test Refused

0.144Breath Volume 02:00

0.000Air Blank 02:00

0.077Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:1508/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:53

Palm Beach County SO

GREEN,TRAVIS

06/05/2024

08622080A1

Delray Beach PD

O'NEAL,SHARI,L

LAPAYOVER

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.079Control Test 00:07

0.000Air Blank 00:07

# 1 0.180Subject Sample 00:10 Volume Not Met

0.355Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.174Subject Sample 00:16 Volume Not Met

0.496Breath Volume 00:16

0.000Air Blank 00:17

0.077Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 08/19/2022 16:19

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4308/19/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:53

Palm Beach County SO

GREEN,TRAVIS

06/05/2024

08622080A1

Delray Beach PD

O'NEAL,SHARI,L

LAPAYOVER

07/15/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.076Control Test 00:22

0.000Air Blank 00:23

# 1 0.168Subject Sample 00:26 Volume Not Met

0.308Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.160Subject Sample 00:32

1.171Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:34

# 3 0.148Subject Sample 00:37 Volume Not Met

0.734Breath Volume 00:37

0.000Air Blank 00:38

0.075Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 08/19/2022 16:20

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:0308/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:46

Palm Beach County SO

SENTMANAT,ADOLFO

06/05/2024

08622080A1

Palm Beach County SO

BELL,JOSHUA,J

LEUPP-MORELLO

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.079Control Test 23:54

0.000Air Blank 23:54

# 1 0.291Subject Sample 23:55

2.230Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:57

# 2 0.286Subject Sample 23:58

2.332Breath Volume 23:58

0.000Air Blank 23:59

0.077Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 00:00

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2908/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:17

Palm Beach County SO

CISSON,JACKIE

06/05/2024

08622080A1

Palm Beach County SO

O'NEAL,SHARI,L

WIESNER

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.078Control Test 01:18

0.000Air Blank 01:18

# 1 0.171Subject Sample 01:20

1.636Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.178Subject Sample 01:23

1.894Breath Volume 01:23

0.000Air Blank 01:24

0.076Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1308/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

00:57

Palm Beach County SO

TUANG,NGIN

06/05/2024

08622080A1

Lantana PD

BELL,JOSHUA,J

CLEMENTE

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.077Control Test 02:37

0.000Air Blank 02:38

# 1 0.007Subject Sample 02:38

2.492Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.000Subject Sample 02:41

3.457Breath Volume 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:2008/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:32

Palm Beach County SO

JENNINGS,DAVON

06/05/2024

08622080A1

Boynton Beach PD

BELL,JOSHUA,J

BRANDENBURGER

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

# 1 0.149Subject Sample 04:34

2.398Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.150Subject Sample 04:37

3.769Breath Volume 04:37

0.000Air Blank 04:38

0.078Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:42:1608/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:10

11:10

Palm Beach County SO

KUEBLER,COLE

06/05/2024

08622080A1

FHP Troop K

BELL,JOSHUA,J

MATTHEWS

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:35

0.000Air Blank 12:35

0.078Control Test 12:36

0.000Air Blank 12:36

# 1 0.400Subject Sample 12:37

2.863Breath Volume 12:37

0.000Air Blank 12:38

0.000Air Blank 12:39

# 2 0.404Subject Sample 12:40

3.042Breath Volume 12:40

0.000Air Blank 12:41

0.077Control Test 12:41

0.000Air Blank 12:42

OKDiagnostics Check 12:42

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:4708/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:08

Palm Beach County SO

AMADON,WILL

06/05/2024

08622080A1

Palm Beach County SO

BELL,JOSHUA,J

HERNANDEZ HERNANDEZ

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:27

# 1 0.141Subject Sample 21:28

3.117Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.139Subject Sample 21:31

2.828Breath Volume 21:31

0.000Air Blank 21:31

0.077Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:3908/20/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:07

20:04

Palm Beach County SO

DEFEO,PATRICK

06/05/2024

08622080A1

FFWCC (West Palm)

BELL,JOSHUA,J

COLLINS

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.078Control Test 21:53

0.000Air Blank 21:53

# 1 0.163Subject Sample 21:54

1.320Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.165Subject Sample 21:57

1.347Breath Volume 21:57

0.000Air Blank 21:58

0.076Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5008/21/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:26

Palm Beach County SO

MILORD,JHAMIL

06/05/2024

08622080A1

North Palm Beach

BELL,JOSHUA,J

SERAPHIN

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

# 1 0.353Subject Sample 03:33

2.656Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.361Subject Sample 03:36

2.902Breath Volume 03:36

0.000Air Blank 03:37

0.077Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:1508/22/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

21:42

Palm Beach County SO

POINTU,PATRICK

06/05/2024

08622080A1

Palm Beach County SO

LEAHEY,THOMAS,H

BARRETT

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.079Control Test 23:19

0.000Air Blank 23:19

# 1 0.198Subject Sample 23:20

1.496Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.196Subject Sample 23:23

1.367Breath Volume 23:23

0.000Air Blank 23:24

0.078Control Test 23:24

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:3508/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:02

Palm Beach County SO

YOCHUM,CRAIG

06/05/2024

08622080A1

Jupiter PD

BELL,JOSHUA,J

COPPOTELLI

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

# 1 0.260Subject Sample 01:32

1.312Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.270Subject Sample 01:35

2.343Breath Volume 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:3408/26/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:14

Palm Beach County SO

JENNINGS,DAVON

06/05/2024

08622080A1

Boynton Beach PD

BELL,JOSHUA,J

ZAMBRANO

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:04

0.079Control Test 23:05

0.000Air Blank 23:05

# 1 0.131Subject Sample 23:08 Volume Not Met

0.000Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.175Subject Sample 23:13

1.527Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:15

# 3 0.172Subject Sample 23:17

1.246Breath Volume 23:17

0.000Air Blank 23:18

0.076Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:4308/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:25

Palm Beach County SO

HOLLIGAN,DANIEL

06/05/2024

08622080A1

Palm Beach County SO

BELL,JOSHUA,J

DANKS

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.076Control Test 23:55

0.000Air Blank 23:56

# 3 0.183Subject Sample 23:58

2.324Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.158Subject Sample 00:01

1.429Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.168Subject Sample 00:05

1.117Breath Volume 00:05

0.000Air Blank 00:05

0.075Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:40:0008/27/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:05

06:46

Palm Beach County SO

AGAOGLU,YASEMIN

06/05/2024

08622080A1

Palm Beach County SO

BELL,JOSHUA,J

MICHEL

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:33

0.000Air Blank 07:33

0.078Control Test 07:33

0.000Air Blank 07:34

# 1 0.196Subject Sample 07:35

3.191Breath Volume 07:35

0.000Air Blank 07:36

0.000Air Blank 07:37

# 2 0.181Subject Sample 07:38

2.410Breath Volume 07:38

0.000Air Blank 07:39

0.077Control Test 07:39

0.000Air Blank 07:39

OKDiagnostics Check 07:40

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:2908/28/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:13

Palm Beach County SO

CISSON,JACK

06/05/2024

08622080A1

Palm Beach County SO

RAGIN,RENEE,M

EUCEDA REYES

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

# 1 0.182Subject Sample 05:11

2.117Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:13

# 2 0.168Subject Sample 05:15

2.738Breath Volume 05:15

0.000Air Blank 05:16

0.075Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4908/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:58

Palm Beach County SO

LEHENY,JACOB

06/05/2024

08622080A1

Palm Beach County SO

LEAHEY,THOMAS,H

SOLIS AJIATAS

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

# 1 0.286Subject Sample 04:56

2.796Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:58

# 2 0.287Subject Sample 04:59

2.593Breath Volume 04:59

0.000Air Blank 04:59

0.077Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:12:1108/29/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:25

12:49

Palm Beach County SO

WOOD,DERRICK

06/05/2024

08622080A1

FHP Troop L

O'NEAL,SHARI,L

POLANCO

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:06

0.000Air Blank 14:06

0.079Control Test 14:07

0.000Air Blank 14:07

# 1 0.000Subject Sample 14:08

2.464Breath Volume 14:08

0.000Air Blank 14:08

0.000Air Blank 14:10

# 2 0.000Subject Sample 14:10

1.691Breath Volume 14:10

0.000Air Blank 14:11

0.079Control Test 14:11

0.000Air Blank 14:12

OKDiagnostics Check 14:12

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4908/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:12

Palm Beach County SO

FANDREY,CHRISTOPHER

06/05/2024

08622080A1

Jupiter PD

RAGIN,RENEE,M

WRIGHT

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.079Control Test 01:11

0.000Air Blank 01:11

# 1 0.211Subject Sample 01:12

4.003Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 2 0.177Subject Sample 01:15

1.519Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:17

# 3 0.167Subject Sample 01:18

1.335Breath Volume 01:18

0.000Air Blank 01:18

0.078Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:57:1508/30/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:15

12:22

Palm Beach County SO

BUTZBACH,W

06/05/2024

08622080A1

Palm Beach Gardens

O'NEAL,SHARI,L

KIMBALL

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:50

0.000Air Blank 13:50

0.078Control Test 13:51

0.000Air Blank 13:51

# 1 0.229Subject Sample 13:52

1.730Breath Volume 13:52

0.000Air Blank 13:53

0.000Air Blank 13:55

# 2 0.239Subject Sample 13:55

1.921Breath Volume 13:55

0.000Air Blank 13:56

0.077Control Test 13:56

0.000Air Blank 13:57

OKDiagnostics Check 13:57

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-006478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:3608/31/2022

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:40

Palm Beach County SO

DRURY,BRITTANY

06/05/2024

08622080A1

Boynton Beach PD

LEAHEY,THOMAS,H

IVES

08/19/2022

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1 0.000Subject Sample 01:32

1.851Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.000Subject Sample 01:35

1.566Breath Volume 01:35

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 09/16/2022 16:05

02 November 2022Printed:

COBRA ©1997-2014 CMI, Inc.


