
80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:1301/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:00

19:00

Valparaiso PD

HOUGH,BRYAN

06/27/2025

402477284

Valparaiso PD

HOUGH,BRYAN,W

HOUGH

01/30/2023

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:44

0.078Control Test 19:45

0.000Air Blank 19:45

# 1Subject Sample 19:45 RFI Detect

0.000Breath Volume 19:45

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 02/01/2023 18:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:1801/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:00

19:00

Valparaiso PD

HOUGH,BRYAN

06/27/2025

402477284

Valparaiso PD

HOUGH,BRYAN,W

HOUGH

01/30/2023

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:49

0.081Control Test 19:49

0.000Air Blank 19:50

# 1Subject Sample 19:50 RFI Detect

0.000Breath Volume 19:50

Air Blank 19:50 RFI Detect

0.000Air Blank 19:51

Data Download Date/Time: 02/01/2023 18:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:17:3001/31/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

15:50

15:50

Valparaiso PD

HOUGH,BRYAN

06/27/2025

402477284

Valparaiso PD

HOUGH,BRYAN,W

HOUGH

01/30/2023

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:17

Air Blank 16:17 RFI Detect

Air Blank 16:17 RFI Detect

Data Download Date/Time: 02/01/2023 18:18

02 February 2023

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:4401/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

23:00

FHP Troop B

CLEMENTS,TOBY

11/05/2024

26422080A1

FHP Troop B

CLEMENTS,TOBY,B

HAJ

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.080Control Test 00:02

0.000Air Blank 00:02

# 1Subject Sample 00:04 Subject Test Refused

0.000Breath Volume 00:04

0.000Air Blank 00:04

0.081Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:4101/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:35

Alachua County SO

CONTRERAS,JAVIER

11/05/2024

26422080A1

Alachua County SO

WILLIAMS,JOSHUA,K

CHEWNING

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.081Control Test 22:43

0.000Air Blank 22:44

# 1 0.266Subject Sample 22:45

2.488Breath Volume 22:45

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.251Subject Sample 22:48

1.523Breath Volume 22:48

0.000Air Blank 22:48

0.077Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:53:3101/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:23

09:23

Alachua County SO

PAYNE,A

11/05/2024

26422080A1

Alachua PD

MCREE,G,L

COTHRAN

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:50

0.000Air Blank 12:51

0.082Control Test 12:51

0.000Air Blank 12:51

# 1Subject Sample 12:52 Subject Test Refused

0.000Breath Volume 12:52

0.000Air Blank 12:52

0.081Control Test 12:52

0.000Air Blank 12:53

OKDiagnostics Check 12:53

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:3301/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:33

FHP Troop B

CHEWNING,JESSICA

11/05/2024

26422080A1

FHP Troop B

CHEWNING,JESSICA,S

HARDIMAN

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:09

# 1Subject Sample 23:10 RFI Detect

0.000Breath Volume 23:10

0.000Air Blank 23:10

0.081Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:5901/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:33

FHP Troop B

CHEWNING,JESSICA

11/05/2024

26422080A1

FHP Troop B

CHEWNING,JESSICA,S

HARDIMAN

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:15

# 1 0.014Subject Sample 23:16

2.011Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.011Subject Sample 23:19

1.968Breath Volume 23:19

0.000Air Blank 23:20

0.080Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:4501/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

19:50

Alachua County SO

WILSON,MALCOLM

11/05/2024

26422080A1

Alachua County SO

WILLIAMS,JOSHUA,K

EMBRY

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.080Control Test 21:04

0.000Air Blank 21:05

# 1Subject Sample 21:05 Subject Test Refused

0.000Breath Volume 21:05

0.000Air Blank 21:05

0.080Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4701/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:10

FHP Troop B

CLEMENTS,TOBY

11/05/2024

26422080A1

FHP Troop B

CLEMENTS,TOBY,B

REDGER

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.081Control Test 03:00

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.081Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:5501/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:14

FHP Troop B

FLAHERTY,ZACHARY

11/05/2024

26422080A1

Alachua PD

CLEMENTS,TOBY,B

VARELA

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

# 1Subject Sample 00:15 Subject Test Refused

0.000Breath Volume 00:15

0.000Air Blank 00:16

0.082Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:25:0201/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

16:09

Alachua County SO

BRAMI,AARON

11/05/2024

26422080A1

Alachua County SO

FRICKER,JEFFREY,S

MARIZ

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:23

0.000Air Blank 17:23

0.081Control Test 17:24

Air Blank 17:24 RFI Detect

0.000Air Blank 17:25

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:40:1501/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

16:09

Alachua County SO

BRAMI,AARON

11/05/2024

26422080A1

Alachua County SO

FRICKER,JEFFREY,S

MARIZ

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:27

0.081Control Test 17:27

0.000Air Blank 17:28

# 1Subject Sample 17:31 No Sample Provided

0.000Breath Volume 17:31

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.266Subject Sample 17:35

3.742Breath Volume 17:35

0.000Air Blank 17:36

0.000Air Blank 17:38

# 3 0.274Subject Sample 17:38

2.839Breath Volume 17:38

0.000Air Blank 17:39

0.080Control Test 17:39

0.000Air Blank 17:40

OKDiagnostics Check 17:40

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5601/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:23

Alachua County SO

FLAHERTY,ZACHARY

11/05/2024

26422080A1

Alachua PD

TELLE,MADDISON,J

FITZPATRICK

12/13/2022

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:26

# 1Subject Sample 03:30 No Sample Provided

0.000Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2Subject Sample 03:35 No Sample Provided

0.000Breath Volume 03:35

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 01/23/2023 11:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:1401/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:57

FHP Troop B

JONES,LEIGHA

11/05/2024

26422080A1

FHP Troop B

JONES,LEIGHA,M

SAINI

01/19/2023

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:09

# 1Subject Sample 22:09 Subject Test Refused

0.000Breath Volume 22:09

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 01/23/2023 11:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:40:0201/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

05:13

Alachua County SO

VALDEZ,ALEXANDER

11/05/2024

26422080A1

Alachua County SO

HARRIS,DILLON,J

ESHELMAN

01/19/2023

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:33

0.000Air Blank 06:34

0.082Control Test 06:34

0.000Air Blank 06:34

# 1 0.173Subject Sample 06:35

3.500Breath Volume 06:35

0.000Air Blank 06:36

0.000Air Blank 06:37

# 2 0.180Subject Sample 06:38

1.128Breath Volume 06:38

0.000Air Blank 06:39

0.080Control Test 06:39

0.000Air Blank 06:39

OKDiagnostics Check 06:40

Data Download Date/Time: 01/23/2023 11:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1001/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:29

Okaloosa County SO

BLAKE,MICHAEL

11/18/2024

WO325341-8

Okaloosa County SO

BLAKE,MICHAEL,S

YENTER

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:32

# 1 0.287Subject Sample 03:33

2.960Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.269Subject Sample 03:36

3.699Breath Volume 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 01/31/2023 12:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2901/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:06

Crestview PD

LEWIS,CHRISTOPHER

11/18/2024

WO325341-8

Crestview PD

LEWIS,CHRISTOPHER,L

HUDSON

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:45

# 1 0.190Subject Sample 23:45

2.839Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.190Subject Sample 23:48

3.031Breath Volume 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 01/31/2023 12:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:0501/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:15

FHP Troop A

DRANE,RICHARD

11/18/2024

WO325341-8

FHP Troop A

DRANE,RICHARD,B

GASTON

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.080Control Test 20:49

0.000Air Blank 20:49

# 1 0.171Subject Sample 20:50

4.429Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:52

# 2 0.166Subject Sample 20:53

3.316Breath Volume 20:53

0.000Air Blank 20:54

0.079Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 01/31/2023 12:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:5101/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:00

FHP Troop A

PALMATEER,TRACY

11/18/2024

WO325341-8

FHP Troop A

COOK,RUSSELL,L

ROACH

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:13

# 1 0.215Subject Sample 22:14

3.097Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:16

# 2 0.216Subject Sample 22:17

3.308Breath Volume 22:17

0.000Air Blank 22:17

0.078Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 01/31/2023 12:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:0401/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:10

Okaloosa County SO

KEYES,CHRISTINA

11/18/2024

WO325341-8

Okaloosa County SO

DUS,CHRISTINA,J

MORRISON

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:17

# 1 0.251Subject Sample 23:18

1.882Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:20

# 2 0.244Subject Sample 23:21

2.445Breath Volume 23:21

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:23

Data Download Date/Time: 01/31/2023 12:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:0501/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:09

FHP Troop A

HARRISON,BOBBY

11/18/2024

WO325341-8

FHP Troop A

HARRISON,BOBBY,J

OVIEDO CARRANZA

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

# 1 0.221Subject Sample 01:56

2.117Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.224Subject Sample 01:59

1.421Breath Volume 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 01/31/2023 12:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:4201/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:56

Okaloosa County SO

CRAIG,ANYCE

11/18/2024

WO325341-8

Okaloosa County SO

CRAIG,ANYCE,A

HARRISON

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.080Control Test 22:26

0.000Air Blank 22:26

# 1Subject Sample 22:28 Subject Test Refused

0.000Breath Volume 22:28

0.000Air Blank 22:28

0.079Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 01/31/2023 12:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:2901/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:43

FHP Troop A

TISDALE,JUSTIN

11/18/2024

WO325341-8

FHP Troop A

GORDON,JON,D

CUBAS

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.081Control Test 03:57

0.000Air Blank 03:57

# 1 0.194Subject Sample 03:58

1.765Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.203Subject Sample 04:01

3.726Breath Volume 04:01

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 01/31/2023 12:29

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2001/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:02

Okaloosa County SO

FISCHER,ALEXANDR

11/18/2024

WO325341-8

Okaloosa County SO

DUS,CHRISTINA,J

WALDRON MARSH

12/15/2022

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

# 1 0.273Subject Sample 23:50

2.269Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.283Subject Sample 23:53

1.609Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 01/31/2023 12:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:5201/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

16:00

Live Oak PD

DEL SASSO,MICHAEL

06/16/2025

2402469736

Live Oak PD

DEL SASSO,MICHAEL,W

MARTINEZ

12/15/2022

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:39

0.000Air Blank 16:39

0.078Control Test 16:40

0.000Air Blank 16:40

# 1Subject Sample 16:41 RFI Detect

0.191Breath Volume 16:41

0.000Air Blank 16:41

0.080Control Test 16:42

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 01/26/2023 12:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:47:3401/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

18:00

Live Oak PD

DEL SASSO,MICHAEL

06/16/2025

2402469736

Live Oak PD

DEL SASSO,MICHAEL,

MARTINEZ

12/15/2022

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:44

0.000Air Blank 16:44

0.079Control Test 16:44

0.000Air Blank 16:45

# 1Subject Sample 16:46 Sequence Aborted

0.914Breath Volume 16:46

0.000Air Blank 16:47

Data Download Date/Time: 01/26/2023 12:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:5301/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:14

20:03

FHP Troop B

SISTRUNK,TRENT

06/16/2025

2402469736

FHP Troop B

SISTRUNK,TRENT,D

HARMON

12/15/2022

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:34

0.000Air Blank 20:34

0.081Control Test 20:35

0.000Air Blank 20:35

# 1 0.214Subject Sample 20:36

3.089Breath Volume 20:36

0.000Air Blank 20:37

0.000Air Blank 20:38

# 2 0.192Subject Sample 20:39

1.785Breath Volume 20:39

0.000Air Blank 20:39

0.000Air Blank 20:41

# 3 0.204Subject Sample 20:42

3.160Breath Volume 20:42

0.000Air Blank 20:42

0.081Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 01/26/2023 12:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:4901/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:00

FHP Troop B

CASON,WILLIAM

06/16/2025

2402469736

FHP Troop B

RIEGEL,TIMOTHY,J

SERNA RAMIREZ

12/15/2022

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:05

0.000Air Blank 18:06

0.082Control Test 18:06

0.000Air Blank 18:06

# 1 0.109Subject Sample 18:07

3.562Breath Volume 18:07

0.000Air Blank 18:08

0.000Air Blank 18:09

# 2 0.108Subject Sample 18:10

3.476Breath Volume 18:10

0.000Air Blank 18:10

0.081Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 01/26/2023 12:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:15:1801/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:50

11:47

Suwannee County SO

SMITH,LORNE

06/16/2025

2402469736

Live Oak PD

RODRIGUEZ,CARLOS,E

VASQUEZ LOPEZ

12/15/2022

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:12

0.000Air Blank 12:12

0.082Control Test 12:13

0.000Air Blank 12:13

# 1Subject Sample 12:13 Subject Test Refused

0.000Breath Volume 12:13

0.000Air Blank 12:14

0.081Control Test 12:14

0.000Air Blank 12:15

OKDiagnostics Check 12:15

Data Download Date/Time: 01/26/2023 12:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:3801/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:06

Columbia County SO

WATTS,DANIEL

06/05/2024

08622080A3

Lake City PD

CASON,JAMES,R

MORENO

12/19/2022

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.077Control Test 02:41

0.000Air Blank 02:41

# 1 0.156Subject Sample 02:42

1.332Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.156Subject Sample 02:45

1.964Breath Volume 02:45

0.000Air Blank 02:45

0.077Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 01/31/2023 09:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:59:3801/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

06:57

FHP Troop B

SINGLETARY,MATHEW

05/20/2024

1497672

FHP Troop B

SINGLETARY,MATHEW,C

GADSON

12/19/2022

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:56

0.000Air Blank 07:57

0.080Control Test 07:57

0.000Air Blank 07:58

# 1Subject Sample 07:58 Subject Test Refused

0.000Breath Volume 07:58

0.000Air Blank 07:58

0.080Control Test 07:59

0.000Air Blank 07:59

OKDiagnostics Check 07:59

Data Download Date/Time: 01/31/2023 09:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:0801/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

20:00

Lake City PD

MILLIGAN,CONNIE

05/20/2024

1497672

Lake City PD

MILLIGAN,CONNIE,A

HOWE

12/19/2022

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.077Control Test 20:31

0.000Air Blank 20:32

# 1 0.322Subject Sample 20:32

1.777Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:34

# 2 0.305Subject Sample 20:35

1.992Breath Volume 20:35

0.000Air Blank 20:36

0.075Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 01/31/2023 09:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:25:3101/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:20

FHP Troop B

PITTMAN,BRETT

05/20/2024

1497672

FHP Troop B

PITTMAN,BRETT,T

ROGERS

12/19/2022

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:19

0.000Air Blank 06:19

0.079Control Test 06:19

0.000Air Blank 06:20

# 1 0.170Subject Sample 06:20

4.789Breath Volume 06:20

0.000Air Blank 06:21

0.000Air Blank 06:23

# 2 0.168Subject Sample 06:23

4.148Breath Volume 06:23

0.000Air Blank 06:24

0.076Control Test 06:24

0.000Air Blank 06:25

OKDiagnostics Check 06:25

Data Download Date/Time: 01/31/2023 09:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:49:4601/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

11:00

09:00

Columbia County SO

DAVISON,SIRENA

05/20/2024

1497672

Columbia County SO

KERNAN,MITCHELL,S

BAUGH

12/19/2022

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:41

0.000Air Blank 11:42

0.077Control Test 11:42

0.000Air Blank 11:43

# 1 0.000Subject Sample 11:44

2.277Breath Volume 11:44

0.000Air Blank 11:44

0.000Air Blank 11:46

# 2 0.000Subject Sample 11:48

1.351Breath Volume 11:48

0.000Air Blank 11:48

0.078Control Test 11:49

0.000Air Blank 11:49

OKDiagnostics Check 11:49

Data Download Date/Time: 01/31/2023 09:38

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:51:1601/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:24

17:12

Sneads PD

ALDAY,SETH

04/21/2024

1482048

Sneads PD

ALDAY,SETH,A

JENKINS

12/01/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:44

0.000Air Blank 17:44

0.080Control Test 17:45

0.000Air Blank 17:45

# 1 0.121Subject Sample 17:46

2.628Breath Volume 17:46

0.000Air Blank 17:47

0.000Air Blank 17:49

# 2 0.117Subject Sample 17:49

1.820Breath Volume 17:49

0.000Air Blank 17:50

0.079Control Test 17:50

0.000Air Blank 17:51

OKDiagnostics Check 17:51

Data Download Date/Time: 01/18/2023 11:10

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:1401/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:35

FHP Troop A

GREEN,E

01/20/2025

3024023281

Washington County SO

ALLEN,FORREST,H

KITTLEY

12/03/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.083Control Test 23:34

0.000Air Blank 23:35

# 1Subject Sample 23:35 Sequence Aborted

0.000Breath Volume 23:35

0.000Air Blank 23:36

Data Download Date/Time: 01/24/2023 17:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:4501/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:35

FHP Troop A

GREEN,E

01/20/2025

3024023281

Washington County SO

ALLEN,F,H

KITTLEY

12/03/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.083Control Test 23:38

0.000Air Blank 23:39

# 1 0.138Subject Sample 23:42 Volume Not Met

0.265Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.127Subject Sample 23:45

1.917Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:47

# 3 0.135Subject Sample 23:49

1.542Breath Volume 23:49

0.000Air Blank 23:49

0.082Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 01/24/2023 17:00

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3001/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:19

FHP Troop A

BROWN,RYAN

01/20/2025

402328118

FHP Troop A

BROWN,RYAN,W

HENSON

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.083Control Test 04:27

0.000Air Blank 04:28

# 1 0.062Subject Sample 04:28

1.960Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.057Subject Sample 04:31

1.472Breath Volume 04:31

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 01/04/2023 13:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:1101/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:40

FHP Troop A

BAILEY,RAYMOND

01/20/2025

402328118

FHP Troop A

BAILEY,RAYMOND,F

FENN

01/04/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.084Control Test 04:35

0.000Air Blank 04:36

# 1Subject Sample 04:36 Subject Test Refused

0.000Breath Volume 04:36

0.000Air Blank 04:37

0.083Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 01/12/2023 15:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:2401/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:57

17:52

FHP Troop A

GOLDEN,TONY

01/20/2025

2402328118

FHP Troop A

MAYO,RICHARD,K

MCLANEY

12/01/2022

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:30

0.081Control Test 18:30

0.000Air Blank 18:31

# 1Subject Sample 18:34 No Sample Provided

0.000Breath Volume 18:34

0.000Air Blank 18:34

0.000Air Blank 18:36

# 2Subject Sample 18:40 No Sample Provided

0.000Breath Volume 18:40

0.000Air Blank 18:40

0.081Control Test 18:40

0.000Air Blank 18:41

OKDiagnostics Check 18:41

Data Download Date/Time: 01/18/2023 11:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5401/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:23

Gulf Breeze PD

COLBERT,CAMERON

08/03/2023

1356262

Gulf Breeze PD

SCAPIN,BRANDON,L

YOUNG

01/01/2023

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.077Control Test 03:35

0.000Air Blank 03:35

# 1 0.106Subject Sample 03:36

2.136Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.102Subject Sample 03:39

2.367Breath Volume 03:39

0.000Air Blank 03:40

0.077Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 02/01/2023 22:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:0801/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:41

Gulf Breeze PD

THOMPSON,WILLIAM

08/03/2023

1356262

Gulf Breeze PD

THOMPSON,WILLIAM,J

VANDESTEEG

01/01/2023

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.077Control Test 23:16

0.000Air Blank 23:17

# 1 0.060Subject Sample 23:17

1.847Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.062Subject Sample 23:20

1.917Breath Volume 23:20

0.000Air Blank 23:21

0.077Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 02/01/2023 22:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:3901/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:25

17:50

OTHER Fed

SABATINE,MATTHEW

08/03/2023

1356262

OTHER Fed

HUNTER,JOHN,H

HILD

01/01/2023

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:46

0.077Control Test 18:46

0.000Air Blank 18:47

# 1 0.122Subject Sample 18:47

1.246Breath Volume 18:47

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.142Subject Sample 18:51

2.851Breath Volume 18:51

0.000Air Blank 18:51

0.078Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 02/01/2023 22:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0301/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:32

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

MARSHALL

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.080Control Test 01:14

0.000Air Blank 01:14

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:17

Data Download Date/Time: 01/11/2023 12:12

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:23:3801/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

05:32

Largo PD

MCKIM,CARL

11/05/2023

23621080A2

Largo PD

RICE,JOHN,B

MORENO JUAREZ

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:16

0.000Air Blank 06:17

0.080Control Test 06:17

0.000Air Blank 06:18

# 1 0.136Subject Sample 06:18

2.175Breath Volume 06:18

0.000Air Blank 06:19

0.000Air Blank 06:21

# 2 0.131Subject Sample 06:22

2.503Breath Volume 06:22

0.000Air Blank 06:22

0.080Control Test 06:23

0.000Air Blank 06:23

OKDiagnostics Check 06:23

Data Download Date/Time: 01/11/2023 12:12

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:4501/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:56

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

HALL

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.081Control Test 03:38

0.000Air Blank 03:38

# 1Subject Sample 03:39 Subject Test Refused

0.000Breath Volume 03:39

0.000Air Blank 03:39

0.080Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 01/11/2023 12:12

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:4201/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:49

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

HUBBARD

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

# 1Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.081Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 01/11/2023 12:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:1901/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:05

Port St. Lucie PD

BLAKE,Y

03/05/2023

02021080A1

Fort Pierce PD

FARQUHARSON,KEVIN,D

SMITH

12/08/2022

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 2 0.228Subject Sample 23:59

2.296Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.221Subject Sample 00:02

2.187Breath Volume 00:02

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 01/19/2023 10:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:54:0201/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:15

11:58

FHP Troop L

PATEL,MITHIL

03/05/2023

02021080A1

FHP Troop L

PATEL,MITHIL,V

STARKEY

12/08/2022

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:40

0.000Air Blank 12:41

0.079Control Test 12:41

0.000Air Blank 12:41

# 1 0.342Subject Sample 12:43 No .020 agreement

1.382Breath Volume 12:43

0.000Air Blank 12:43

0.000Air Blank 12:45

# 2 0.376Subject Sample 12:46 No .020 agreement

2.386Breath Volume 12:46

0.000Air Blank 12:47

0.000Air Blank 12:49

# 3 0.310Subject Sample 12:52 No .020 agreement

1.140Breath Volume 12:52

0.000Air Blank 12:53

0.077Control Test 12:53

0.000Air Blank 12:53

OKDiagnostics Check 12:54

Data Download Date/Time: 01/19/2023 10:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:1701/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

19:56

St. Lucie County SO

BROUGHTON,ROBERT

03/05/2023

02021080A1

St. Lucie County SO

HALL,RICHARD,D

ANDREWS

12/08/2022

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

# 1Subject Sample 21:02 Subject Test Refused

0.000Breath Volume 21:02

0.000Air Blank 21:03

0.080Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 01/19/2023 10:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:0501/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:27

St. Lucie County SO

HESTER,JAKE

03/05/2023

02021080A1

St. Lucie County SO

HALL,RICHARD,D

IVES

12/08/2022

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.081Control Test 04:14

0.000Air Blank 04:15

# 1 0.139Subject Sample 04:15

1.316Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.139Subject Sample 04:18

1.394Breath Volume 04:18

0.000Air Blank 04:19

0.080Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:20

Data Download Date/Time: 01/19/2023 10:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:3001/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:28

St. Lucie County SO

BROCATO,SHAWN

03/05/2023

02021080A1

Fort Pierce PD

HALL,RICHARD,D

MENDOZA-ROMULO

12/08/2022

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:49

0.000Air Blank 23:49

# 1 0.156Subject Sample 23:50

2.156Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.155Subject Sample 23:52

2.695Breath Volume 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 01/19/2023 10:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4601/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:48

Hernando County SO

SAVERINO,GAETANO

08/05/2024

15922080A5

Hernando County SO

WEBER,MATTHEW,A

TAGO

12/17/2022

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.082Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:35 No Sample Provided

0.000Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2Subject Sample 00:38 Subject Test Refused

0.000Breath Volume 00:38

0.000Air Blank 00:38

0.082Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 01/14/2023 15:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:5001/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:41

Hernando County SO

SAVERINO,G

08/05/2024

15922080A5

Hernando County SO

RODRIGUEZ,MARCUS,J

KELLY

12/17/2022

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.082Control Test 02:43

0.000Air Blank 02:44

# 1 0.165Subject Sample 02:47 Volume Not Met

0.132Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:49

# 2 0.168Subject Sample 02:53 Volume Not Met

0.082Breath Volume 02:53

0.000Air Blank 02:53

0.081Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 01/14/2023 15:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:4501/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:37

18:19

Hernando County SO

WEBER,MATTHEW

08/05/2024

15922080A5

Hernando County SO

WEBER,MATTHEW,A

CASCIOTTA

12/17/2022

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:57

0.000Air Blank 18:57

0.082Control Test 18:58

0.000Air Blank 18:58

# 1 0.000Subject Sample 18:59

1.500Breath Volume 18:59

0.000Air Blank 18:59

0.000Air Blank 19:01

# 2 0.000Subject Sample 19:02

1.199Breath Volume 19:02

0.000Air Blank 19:02

0.081Control Test 19:03

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 01/14/2023 15:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:3901/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:21

Hernando County SO

SAVERINO,GAETANO

08/05/2024

15922080A5

Hernando County SO

WEBER,MATTHEW,A

CHRISTOPHEL

12/17/2022

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.081Control Test 22:07

0.000Air Blank 22:08

# 1 0.305Subject Sample 22:11 Volume Not Met

0.726Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.286Subject Sample 22:16 Volume Not Met

0.160Breath Volume 22:16

0.000Air Blank 22:17

0.079Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 01/14/2023 15:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:4401/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:27

Hernando County SO

CALDWELL,JOSHUA

08/05/2024

15922080A5

Hernando County SO

CALDWELL,JOSHUA,M

SILVA VILLAFANE

12/17/2022

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:49

# 1 0.199Subject Sample 02:52 Volume Not Met

0.121Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2Subject Sample 02:55 Subject Test Refused

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 01/14/2023 15:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:3901/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:37

17:46

Marion County SO

YOUNG,ROBERT

05/09/2025

402370890

Marion County SO

YOUNG,ROBERT,A

EBERT

12/21/2022

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:57

Air Blank 17:57 RFI Detect

Air Blank 17:57 RFI Detect

Data Download Date/Time: 01/23/2023 15:24

02 February 2023

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:4701/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

22:00

Sumter County SO

MELANSON,BRADLEY

05/05/2024

213073

Sumter County SO

HILL,TYLER,C

HYDE

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.078Control Test 22:40

0.000Air Blank 22:40

# 1 0.000Subject Sample 22:41

2.082Breath Volume 22:41

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.000Subject Sample 22:44

2.093Breath Volume 22:44

0.000Air Blank 22:44

0.078Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:4601/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

20:11

Sumter County SO

BIBBO,JULIANA

05/05/2024

213073

Sumter County SO

DUDZINSKI,BRANDON,E

GUZMANCAMACHO

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:37

# 1Subject Sample 21:39 Subject Test Refused

0.000Breath Volume 21:39

0.000Air Blank 21:39

0.078Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:2201/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

20:11

Sumter County SO

BIBBO,JULIANA

05/05/2024

213073

Sumter County SO

DUDZINSKI,BRANDON,E

GUZMANCAMACHO

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.079Control Test 21:52

0.000Air Blank 21:53

# 1 0.162Subject Sample 21:53

2.558Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.157Subject Sample 21:56

2.199Breath Volume 21:56

0.000Air Blank 21:57

0.076Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:4901/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

22:59

Sumter County SO

BOGGS,ZACHARY

05/05/2024

213073

Sumter County SO

WOODS,CIERRA,L

FITZGERALD

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.078Control Test 00:21

0.000Air Blank 00:21

# 1 0.305Subject Sample 00:22

2.121Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:24

# 2 0.305Subject Sample 00:25

2.187Breath Volume 00:25

0.000Air Blank 00:25

0.078Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:3501/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

19:54

Sumter County SO

HIGHTOWER,T

05/05/2024

213073

Sumter County SO

RODRIGUEZ,RAUL,

PETERS

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.079Control Test 21:09

0.000Air Blank 21:10

# 1 0.107Subject Sample 21:11

1.570Breath Volume 21:11

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.104Subject Sample 21:14

1.738Breath Volume 21:14

0.000Air Blank 21:15

0.078Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:0401/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

21:09

Sumter County SO

PIVETZ,C

05/05/2024

213073

Sumter County SO

HOLLIS',TERENCE,L

MONTIJO

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:44

# 1Subject Sample 21:48 No Sample Provided

0.000Breath Volume 21:48

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2Subject Sample 21:53 No Sample Provided

0.000Breath Volume 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:55

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:3301/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:40

Sumter County SO

HARTMANN,HANS

05/05/2024

213073

Sumter County SO

WOODS,CIERRA,L

BOLLO

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

# 1Subject Sample 22:44 Subject Test Refused

0.000Breath Volume 22:44

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:5601/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:07

Sumter County SO

THOMPSON,TYLER

05/05/2024

213073

Sumter County SO

WOODS,CIERRA,L

BEAUCHAMP

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

Air Blank 22:05 RFI Detect

0.000Air Blank 22:05

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:3901/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:07

Sumter County SO

THOMPSON,TYLER

05/05/2024

213073

Sumter County SO

WOODS,CIERRA,L

BEAUCHAMP

12/12/2022

8100.27

SUMTER CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.078Control Test 22:28

0.000Air Blank 22:28

# 1 0.186Subject Sample 22:29

1.910Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.194Subject Sample 22:33

2.328Breath Volume 22:33

Air Blank 22:34 RFI Detect

0.000Air Blank 22:34

Data Download Date/Time: 01/30/2023 12:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:3801/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:26

CCA Citrus

BLOTZ,G

04/05/2022

05620080A2

Citrus County SO

RUBRIGHT,BRIAN,M

CAMPBELL

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:17

0.000Air Blank 18:18

0.081Control Test 18:18

0.000Air Blank 18:18

# 1Subject Sample 18:19 Subject Test Refused

0.000Breath Volume 18:19

0.000Air Blank 18:19

0.081Control Test 18:20

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:5701/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:31

CCA Citrus

BERLYNE,R

04/05/2022

05620080A2

FHP Troop C

ARNOLD,SHAWN,D

SMITH

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:18

# 1 0.198Subject Sample 23:19

1.503Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.211Subject Sample 23:22

2.160Breath Volume 23:22

0.000Air Blank 23:23

0.081Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:0201/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:51

CCA Citrus

GARRISON,T

04/05/2022

05620080A2

Citrus County SO

DOTSON,ANTHONY,T

HARMON

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.081Control Test 23:24

0.000Air Blank 23:25

# 1 0.000Subject Sample 23:25

2.335Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.000Subject Sample 23:28

2.496Breath Volume 23:28

0.000Air Blank 23:29

0.081Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:30

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:3201/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:53

CCA Citrus

BROWNING,J

04/05/2022

05620080A2

FFWCC (Ocala)

ARNOLD,SHAWN,D

LORD

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.081Control Test 23:46

0.000Air Blank 23:47

# 1Subject Sample 23:47 Subject Test Refused

0.000Breath Volume 23:47

0.000Air Blank 23:47

0.081Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:2501/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:24

CCA Citrus

GARRISON,T

04/05/2022

05620080A2

Citrus County SO

DOTSON,ANTHONY,T

BRADY

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

# 1 0.186Subject Sample 04:10

2.292Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.182Subject Sample 04:13

1.699Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:2601/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:33

CCA Citrus

JOHNSON,D

04/05/2022

05620080A2

Citrus County SO

ARNOLD,SHAWN,D

JENNINGS

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:27

# 1Subject Sample 23:28 Subject Test Refused

0.000Breath Volume 23:28

0.000Air Blank 23:28

0.081Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:1101/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

21:56

CCA Citrus

TAYLOR,T

08/05/2023

15421080A1

Citrus County SO

DOTSON,ANTHONY,T

GROVER

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.081Control Test 23:51

0.000Air Blank 23:51

# 1Subject Sample 23:55 No Sample Provided

0.000Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.081Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4401/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:44

FHP Troop C

GITTO,JUSTIN

04/05/2022

05620080A2

FHP Troop C

GITTO,JUSTIN,J

STELLY

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.081Control Test 02:29

0.000Air Blank 02:29

# 1 0.188Subject Sample 02:30

2.988Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.181Subject Sample 02:33

2.847Breath Volume 02:33

0.000Air Blank 02:33

0.081Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:4401/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:16

CCA Citrus

DEP,A

04/05/2022

05620080A2

Citrus County SO

DOTSON,ANTHONY,T

WALKER

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:09

# 1Subject Sample 05:10 Subject Test Refused

0.000Breath Volume 05:10

0.000Air Blank 05:10

0.081Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:55:1901/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

06:01

FHP Troop C

KJEKSTAD,ERIC

04/05/2022

05620080A2

FHP Troop C

KJEKSTAD,ERIC,C

BARTELS

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:50

0.000Air Blank 07:51

0.080Control Test 07:51

0.000Air Blank 07:51

# 1Subject Sample 07:53 Subject Test Refused

0.000Breath Volume 07:53

0.000Air Blank 07:54

0.080Control Test 07:54

0.000Air Blank 07:55

OKDiagnostics Check 07:55

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:2901/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:57

CCA Citrus

DAVIS,L

08/05/2023

15421080A1

Citrus County SO

DOTSON,ANTHONY,T

BURTS

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:42

0.080Control Test 05:43

0.000Air Blank 05:43

# 1 0.142Subject Sample 05:44

1.773Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:47

# 2 0.129Subject Sample 05:47

2.535Breath Volume 05:47

0.000Air Blank 05:48

0.079Control Test 05:48

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:1301/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

19:59

CCA Citrus

TITUS,J

04/05/2022

05620080A2

Citrus County SO

ARNOLD,SHAWN,D

SHEPHARD

12/06/2022

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.080Control Test 20:47

0.000Air Blank 20:47

# 1Subject Sample 20:47 Subject Test Refused

0.000Breath Volume 20:47

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:1301/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

18:39

CCA Citrus

SAAYMAN,F

04/05/2022

05620080A2

Citrus County SO

ARNOLD,SHAWN,D

RAPER

01/28/2023

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.081Control Test 19:38

0.000Air Blank 19:38

# 1 0.246Subject Sample 19:41

1.394Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:43

# 2 0.258Subject Sample 19:44

1.957Breath Volume 19:44

0.000Air Blank 19:45

0.078Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:3401/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:24

CCA Citrus

HOWARD,R

04/05/2022

05620080A2

Citrus County SO

ARNOLD,SHAWN,D

MORROW

01/28/2023

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.080Control Test 23:00

0.000Air Blank 23:00

# 1 0.173Subject Sample 23:01

2.015Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.162Subject Sample 23:05

2.089Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 01/30/2023 14:51

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:0001/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

22:43

CCA Citrus

GARRISON,T

04/05/2022

05620080A2

Citrus County SO

ARNOLD,SHAWN,D

DUNCAN

01/28/2023

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:26

# 1Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:28

Data Download Date/Time: 01/30/2023 14:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:0301/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

17:10

CCA Citrus

HANEY,M

04/05/2022

05620080A2

Citrus County SO

ARNOLD,SHAWN,D

WILLIAMS

01/28/2023

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:24

0.000Air Blank 18:24

0.081Control Test 18:25

0.000Air Blank 18:25

# 1 0.179Subject Sample 18:26

1.890Breath Volume 18:26

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.180Subject Sample 18:29

2.179Breath Volume 18:29

0.000Air Blank 18:30

0.080Control Test 18:30

0.000Air Blank 18:30

OKDiagnostics Check 18:31

Data Download Date/Time: 01/30/2023 14:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:2101/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:03

Mount Dora PD

RICHETTI,KALEIGH

08/05/2024

15922080A3

Fruitland Park PD

KRUEGER,ELIZABETH,A

HALE

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

# 1 0.089Subject Sample 00:53

4.652Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.084Subject Sample 00:56

4.800Breath Volume 00:56

0.000Air Blank 00:57

0.075Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:3701/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:24

Lake County SO

CASIMIRO,B

08/05/2024

15922080A3

Groveland PD

KESSINGER,C,E

MANABAT

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:27

# 1 0.228Subject Sample 22:28

1.894Breath Volume 22:28

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.226Subject Sample 22:32

1.281Breath Volume 22:32

0.000Air Blank 22:33

0.074Control Test 22:33 Control Outside Tolerance

0.000Air Blank 22:34

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:4201/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:24

Lake County SO

CASIMIRO,B

08/05/2024

15922080A3

Groveland PD

KESSINGER,C,E

MANABAT

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.077Control Test 22:40

0.000Air Blank 22:40

# 1 0.229Subject Sample 22:41

1.906Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:43

# 2 0.211Subject Sample 22:44

1.167Breath Volume 22:44

0.000Air Blank 22:44

0.076Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0601/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:11

Lake County SO

RODEN,ANDREW

08/05/2024

15922080A3

Lake County SO

RODEN,ANDREW,M

BRITT

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

# 1Subject Sample 23:08 Subject Test Refused

0.000Breath Volume 23:08

0.000Air Blank 23:09

0.079Control Test 23:09

Air Blank 23:09 RFI Detect

Air Blank 23:10 RFI Detect

Data Download Date/Time: 01/30/2023 08:45

02 February 2023

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2601/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:27

Eustis PD

ROUBICEK,JORDAN

08/05/2024

15922080A3

Eustis PD

RAPP,ERIC,

PEEPLES

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

# 1 0.188Subject Sample 02:19

2.058Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.179Subject Sample 02:22

1.613Breath Volume 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:2701/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:25

Lady Lake PD

WILLIAMS,AUSTIN

08/05/2024

15922080A3

Fruitland Park PD

DANIELS,DEVIN,D

VASQUEZ HERNANDEZ

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.079Control Test 22:24

0.000Air Blank 22:24

# 1 0.248Subject Sample 22:24

1.988Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.247Subject Sample 22:27

2.242Breath Volume 22:27

0.000Air Blank 22:28

0.076Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2101/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:09

Lady Lake PD

SOTO,A

08/05/2024

15922080A3

Mascotte PD

DANIELS,DEVIN,D

SMITH

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

# 1 0.000Subject Sample 01:32

1.945Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.000Subject Sample 01:34

2.312Breath Volume 01:34

0.000Air Blank 01:35

0.077Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3301/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:16

Eustis PD

BIANCHI,JAMIE

08/05/2024

15922080A3

Eustis PD

BURTZLAFF,SYDNEE,M

PURVIS

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

# 1Subject Sample 02:09 Subject Test Refused

0.000Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:0001/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:24

Eustis PD

ORR,ERICA

08/05/2024

15922080A3

Lady Lake PD

RAPP,ERIC,G

PECK

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

# 1Subject Sample 23:51 Subject Test Refused

0.000Breath Volume 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:53

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4501/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:45

Lady Lake PD

DORAN,R

08/05/2024

15922080A3

Lady Lake PD

CRONK,A,

DAVIS

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.078Control Test 21:53

0.000Air Blank 21:54

# 1Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:54

0.078Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:5501/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:48

17:35

Lady Lake PD

MAYA,L

08/05/2024

15922080A3

Lady Lake PD

DANIELS,DEVIN,D

RAPKA

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.078Control Test 18:34

0.000Air Blank 18:35

# 1 0.330Subject Sample 18:35

2.410Breath Volume 18:35

0.000Air Blank 18:36

0.000Air Blank 18:37

# 2 0.317Subject Sample 18:38

2.734Breath Volume 18:38

0.000Air Blank 18:38

0.076Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1301/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:57

Mount Dora PD

POTH,LAUREN

08/05/2024

15922080A3

Mount Dora PD

ANDREANO,JACK,

CLARK

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5901/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:24

Groveland PD

HEWITT,JEVAUGHN

08/05/2024

15922080A3

Groveland PD

JOHNSON,DEREK,E

SANCHEZ

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:07

0.000Air Blank 04:07

# 1 0.196Subject Sample 04:08

2.597Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.199Subject Sample 04:11

3.042Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:4201/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:36

Lady Lake PD

CRONK,A

08/05/2024

15922080A3

Lady Lake PD

CRONK,A\],

WILLIAMS

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:30

# 1 0.203Subject Sample 00:31

3.929Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.171Subject Sample 00:35

2.007Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 3 0.192Subject Sample 00:38

1.636Breath Volume 00:38

0.000Air Blank 00:39

0.075Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:1201/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:24

Fruitland Park PD

RICHETTI,K

08/05/2024

15922080A3

Fruitland Park PD

SIMONE,JOHN,

VAUGHN

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:17

0.079Control Test 20:17

0.000Air Blank 20:18

# 1 0.079Subject Sample 20:18

2.445Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.080Subject Sample 20:21

2.515Breath Volume 20:21

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:07:4201/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

12:32

Lake County SO

NORCROSS,MICHAEL

08/05/2024

15922080A3

Lake County SO

HART,ROBERT,L

ANDERSSON

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:00

0.000Air Blank 15:01

0.079Control Test 15:01

0.000Air Blank 15:01

# 1 0.321Subject Sample 15:02

2.800Breath Volume 15:02

0.000Air Blank 15:03

0.000Air Blank 15:05

# 2 0.308Subject Sample 15:06

2.820Breath Volume 15:06

0.000Air Blank 15:06

0.079Control Test 15:07

0.000Air Blank 15:07

OKDiagnostics Check 15:07

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:4701/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

16:18

Lake County SO

HUFF,TABITHA

08/05/2024

15922080A3

Lake County SO

HART,ROBERT,L

TONNELLIER

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:11

0.000Air Blank 18:11

0.078Control Test 18:12

0.000Air Blank 18:12

# 1 0.205Subject Sample 18:15 Volume Not Met

0.648Breath Volume 18:15

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2Subject Sample 18:21 No Sample Provided

0.000Breath Volume 18:21

0.000Air Blank 18:21

0.079Control Test 18:22

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 01/30/2023 08:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:36:5201/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

16:18

Lake County SO

HUFF,TABITHA

08/05/2024

15922080A3

Lake County SO

HART,ROBERT,L

TONNELLIER

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:27

0.000Air Blank 18:27

0.079Control Test 18:28

0.000Air Blank 18:28

# 1 0.200Subject Sample 18:30

1.222Breath Volume 18:30

0.000Air Blank 18:31

0.000Air Blank 18:32

# 2 0.198Subject Sample 18:35

1.578Breath Volume 18:35

0.000Air Blank 18:35

0.078Control Test 18:36

0.000Air Blank 18:36

OKDiagnostics Check 18:36

Data Download Date/Time: 01/30/2023 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:1801/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:55

Fruitland Park PD

WILLIAMS,AUSTIN

08/05/2024

15922080A3

Fruitland Park PD

WILLIAMS,AUSTIN,T

BRYAN

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.078Control Test 19:39

0.000Air Blank 19:40

# 1Subject Sample 19:40 Subject Test Refused

0.000Breath Volume 19:40

0.000Air Blank 19:41

0.078Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 01/30/2023 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2401/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:57

Eustis PD

BURTZLAFF,SYDNEE

08/05/2024

15922080A3

Eustis PD

BURTZLAF,SYDNEE,M

OCHOA

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

Air Blank 02:32 RFI Detect

0.000Air Blank 02:33

Data Download Date/Time: 01/30/2023 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:23:2501/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:02

Lake County SO

MORALES,KAYLA

08/05/2024

15922080A3

Clermont PD

HART,ROBERT,L

YAWMAN

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:20

0.000Air Blank 16:20

0.078Control Test 16:20

0.000Air Blank 16:21

# 1Subject Sample 16:22 Subject Test Refused

0.000Breath Volume 16:22

0.000Air Blank 16:22

0.079Control Test 16:22

0.000Air Blank 16:23

OKDiagnostics Check 16:23

Data Download Date/Time: 01/30/2023 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:4001/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:48

Lake County SO

SOTO,A

08/05/2024

15922080A3

Mascotte PD

MORGAN,JOSEPH,

LUNA

12/08/2022

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.079Control Test 03:06

0.000Air Blank 03:06

# 1 0.122Subject Sample 03:08

1.980Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.120Subject Sample 03:13

1.992Breath Volume 03:13

0.000Air Blank 03:13

0.080Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 01/30/2023 08:46

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3501/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:59

Leesburg PD

MOERING,CHRISTOPHER

12/05/2023

29821080A3

Leesburg PD

MOERING,CHRISTOPHER,R

SOLIS-LOZANO

12/21/2022

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.081Control Test 02:34

0.000Air Blank 02:34

# 1Subject Sample 02:37 No Sample Provided

0.000Breath Volume 02:37

Air Blank 02:38 RFI Detect

0.000Air Blank 02:38

0.081Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 01/25/2023 15:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4701/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:59

Leesburg PD

MOERING,CHRISTOPHER

12/05/2023

29821080A3

Leesburg PD

MOERING,CHRISTOPHER,R

SOLIS-LOZANO

12/21/2022

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:42

0.000Air Blank 02:42

# 1 0.204Subject Sample 02:43

3.730Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 2 0.203Subject Sample 02:46

3.320Breath Volume 02:46

0.000Air Blank 02:46

0.078Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 01/25/2023 15:59

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3401/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:56

Hillsborough Co SO

TRUJILLO,M

03/05/2024

35521080A2

Hillsborough Co SO

MASON,FRANCESCA,M

GUTIERREZ IBERICO

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.082Control Test 03:37

0.000Air Blank 03:38

# 1 0.099Subject Sample 03:38

1.476Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.110Subject Sample 03:41

2.046Breath Volume 03:41

0.000Air Blank 03:42

0.083Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 01/10/2023 12:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5701/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:35

Hillsborough Co SO

HALL,L

03/05/2024

35521080A2

Hillsborough Co SO

DAIL,JULIE,A

WILLIAMS

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.082Control Test 02:17

0.000Air Blank 02:18

# 1 0.136Subject Sample 02:19

1.847Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.147Subject Sample 02:22

1.984Breath Volume 02:22

0.000Air Blank 02:23

0.082Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 01/10/2023 12:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4501/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:17

Hillsborough Co SO

BADEN,T

03/05/2024

35521080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

STEVENS

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.082Control Test 03:05

0.000Air Blank 03:05

# 1 0.170Subject Sample 03:06

2.027Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.162Subject Sample 03:11

2.148Breath Volume 03:11

0.000Air Blank 03:11

0.082Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 01/10/2023 12:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3501/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:30

Hillsborough Co SO

WILSON,N

03/05/2024

35521080A2

Tampa PD

MONTGOMERY,ALECIA,L

RUIZ

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.082Control Test 04:07

0.000Air Blank 04:07

# 1 0.081Subject Sample 04:08

4.351Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.085Subject Sample 04:11

2.921Breath Volume 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 01/10/2023 12:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:1001/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:30

Hillsborough Co SO

BADEN,T

03/05/2024

35521080A2

Tampa PD

KROME,BRITTNEY,M

ROMINES

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.083Control Test 03:19

0.000Air Blank 03:20

# 1 0.171Subject Sample 03:20

2.171Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.167Subject Sample 03:23

1.296Breath Volume 03:23

0.000Air Blank 03:24

0.082Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 01/10/2023 12:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:1801/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:17

Hillsborough Co SO

BAAR,J

03/05/2024

35521080A2

Tampa PD

JONES,MINDY,L

KARASEK IV

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.083Control Test 03:07

0.000Air Blank 03:07

# 1 0.193Subject Sample 03:08

3.281Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.204Subject Sample 03:11

2.640Breath Volume 03:11

0.000Air Blank 03:12

0.083Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 01/10/2023 12:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:1401/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:03

Hillsborough Co SO

RENDON,D

03/05/2024

35521080A2

Hillsborough Co SO

PIERCEY,JANICE,F

CARRANZA DELCID

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.083Control Test 22:47

0.000Air Blank 22:48

# 1 0.199Subject Sample 22:49

2.242Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:51

# 2 0.201Subject Sample 22:52

2.199Breath Volume 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 01/10/2023 12:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:5501/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:30

Hillsborough Co SO

HOLLOWELL,J

03/05/2024

35521080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

WINNS

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.082Control Test 23:49

0.000Air Blank 23:49

# 1 0.224Subject Sample 23:51

2.851Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:53

# 2 0.216Subject Sample 23:54

2.515Breath Volume 23:54

0.000Air Blank 23:54

0.082Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 01/10/2023 12:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0801/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:41

Hillsborough Co SO

WILSON,N

03/05/2024

35521080A2

Tampa PD

MONTGOMERY,ALECIA,L

ROBLERO GONZALEZ

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.084Control Test 03:21

0.000Air Blank 03:22

# 1 0.175Subject Sample 03:24

1.851Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.179Subject Sample 03:28

2.460Breath Volume 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 01/10/2023 12:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3801/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:39

Hillsborough Co SO

GARNER,W

03/05/2024

35521080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

CUTTERBACK

12/08/2022

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.082Control Test 00:26

0.000Air Blank 00:27

# 1 0.147Subject Sample 00:27

3.761Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.146Subject Sample 00:30

3.003Breath Volume 00:30

0.000Air Blank 00:31

0.081Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 01/10/2023 12:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:3301/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:12

Panama City PD

GREEN,SEAN

12/16/2023

1421958

Bay County SO

MONAHAN,TIMOTHY,J

COOPER

12/31/2022

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.077Control Test 22:06

0.000Air Blank 22:06

# 1 0.227Subject Sample 22:08

1.425Breath Volume 22:08

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.227Subject Sample 22:11

1.410Breath Volume 22:11

0.000Air Blank 22:11

0.076Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 01/06/2023 09:58

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:0701/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:20

Cape Coral PD

MIKULUS,JOSEPH

01/05/2024

33321080A2

Cape Coral PD

GREENUP,RONNY,

PATNODE

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.080Control Test 01:06

0.000Air Blank 01:06

# 1 0.196Subject Sample 01:07

1.746Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.195Subject Sample 01:10

3.019Breath Volume 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:06:2201/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:39

11:07

Cape Coral PD

WOLFE,ASHTON

01/05/2024

33321080A2

Cape Coral PD

BARKLEY,JEFFREY,G

BAKER

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:00

0.000Air Blank 12:00

0.080Control Test 12:00

0.000Air Blank 12:01

# 1 0.000Subject Sample 12:02

2.199Breath Volume 12:02

0.000Air Blank 12:02

0.000Air Blank 12:04

# 2 0.000Subject Sample 12:05

2.226Breath Volume 12:05

0.000Air Blank 12:05

0.080Control Test 12:05

0.000Air Blank 12:06

OKDiagnostics Check 12:06

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:4201/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:34

Cape Coral PD

LINDEMANN,ANTHONY

01/05/2024

33321080A2

Cape Coral PD

LOWE,ALEXANDER,A

TASKA

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:11

# 1 0.109Subject Sample 21:12

1.562Breath Volume 21:12

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.109Subject Sample 21:15

1.546Breath Volume 21:15

0.000Air Blank 21:15

0.080Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:1801/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:00

Cape Coral PD

HOWES,JOHN

01/05/2024

33321080A2

Cape Coral PD

STANKOSKY,DONALD,

BOYANSKI

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.082Control Test 23:40

0.000Air Blank 23:41

# 1 0.211Subject Sample 23:41

2.687Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.210Subject Sample 23:44

1.925Breath Volume 23:44

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:4701/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:37

Cape Coral PD

COLWELL,CHASE

01/05/2024

33321080A2

Cape Coral PD

COLWELL,CHASE,

CORDOVA

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.000Subject Sample 03:25

3.125Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.000Subject Sample 03:28

3.292Breath Volume 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:0101/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:44

Cape Coral PD

WALKER,KAYLEE

01/05/2024

33321080A2

Cape Coral PD

ROSS,CHEYANNE,K

LAGO

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

# 1 0.098Subject Sample 22:48

1.675Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.108Subject Sample 22:51

1.164Breath Volume 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:53

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0501/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:22

Cape Coral PD

PRIETO PEREZ,CARLOS

01/05/2024

33321080A2

Cape Coral PD

PRIETO PEREZ,CARLOS,

KLINGSHIRN

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.081Control Test 03:59

0.000Air Blank 04:00

# 1 0.138Subject Sample 04:02

1.226Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.139Subject Sample 04:05

1.535Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:2101/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:16

04:46

Cape Coral PD

MARTINEZ,FRANCISCO

01/05/2024

33321080A2

Cape Coral PD

PRIETO PEREZ,CARLOS,

KNIGHT

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:38

0.000Air Blank 05:38

0.080Control Test 05:38

0.000Air Blank 05:39

# 1 0.227Subject Sample 05:39

3.031Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:42

# 2 0.212Subject Sample 05:42

3.039Breath Volume 05:42

0.000Air Blank 05:43

0.080Control Test 05:43

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:47:3901/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:19

13:52

Cape Coral PD

MILLS,ELENA

01/05/2024

33321080A2

Cape Coral PD

MARTINI,RYAN,H

CORTEZ PEREZ

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:41

0.000Air Blank 14:42

0.080Control Test 14:42

0.000Air Blank 14:42

# 1 0.268Subject Sample 14:43

2.398Breath Volume 14:43

0.000Air Blank 14:43

0.000Air Blank 14:45

# 2 0.251Subject Sample 14:46

1.945Breath Volume 14:46

0.000Air Blank 14:46

0.079Control Test 14:47

0.000Air Blank 14:47

OKDiagnostics Check 14:47

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:34:4101/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:01

16:44

Cape Coral PD

VIZI,SAM

01/05/2024

33321080A2

Cape Coral PD

GOULD,PATRICIA,A

CHRISTIAN

12/06/2022

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:28

0.000Air Blank 17:28

0.080Control Test 17:29

0.000Air Blank 17:29

# 1 0.251Subject Sample 17:30

3.566Breath Volume 17:30

0.000Air Blank 17:30

0.000Air Blank 17:32

# 2 0.250Subject Sample 17:33

3.253Breath Volume 17:33

0.000Air Blank 17:33

0.079Control Test 17:34

0.000Air Blank 17:34

OKDiagnostics Check 17:34

Data Download Date/Time: 01/11/2023 16:17

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.


