
80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3201/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:32

Cocoa PD

MCNAMARA,KYLE

11/05/2023

25721080A2

Cocoa PD

BENITEZ-SIFONTES,RAFAEL,A

RODGERS

12/13/2022

8100.27

COCOA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.081Control Test 05:07

0.000Air Blank 05:07

# 1Subject Sample 05:09 Subject Test Refused

0.050Breath Volume 05:09

0.000Air Blank 05:10

0.082Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 01/10/2023 10:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:5501/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:46

Cocoa PD

BENITEZ SIFONTES,RAFAEL

11/05/2023

25721080A2

Cocoa PD

BAYLIS,BRYAN,T

TODD

12/13/2022

8100.27

COCOA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:30

# 1 0.238Subject Sample 01:30

2.566Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.230Subject Sample 01:34

1.796Breath Volume 01:34

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 01/10/2023 10:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:18:1701/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:55

14:54

Pinellas County SO

D'AMBROSIO,N

02/28/2024

AG205902

Pinellas County SO

LANEY,DAMON,A

BAYNE

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:15

0.000Air Blank 16:15

0.081Control Test 16:16

0.000Air Blank 16:16

# 1Subject Sample 16:16 Subject Test Refused

0.000Breath Volume 16:16

0.000Air Blank 16:17

0.081Control Test 16:17

0.000Air Blank 16:18

OKDiagnostics Check 16:18

Data Download Date/Time: 01/26/2023 20:47

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:3401/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:45

Pinellas County SO

TEMPLE,ELIZABETH

02/28/2024

AG205902

Pinellas County SO

TEMPLE,ELIZABETH,R

HAMMOUOUALI

01/20/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

# 1 0.117Subject Sample 00:30

1.562Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.113Subject Sample 00:34

1.468Breath Volume 00:34

0.000Air Blank 00:34

0.083Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 01/26/2023 20:47

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:2001/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:08

Pinellas County SO

MITCHELL,ALEXANDRA

02/28/2024

AG205902

Pinellas County SO

MITCHELL,ALEXANDRA,

SMITH

01/20/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.080Control Test 01:27

0.000Air Blank 01:27

# 1Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 01/26/2023 20:47

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:5801/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:54

Pinellas County SO

ZSIDO,DANIELLE

02/28/2024

AG205902

Pinellas County SO

ZSIDO,DANIELLE,M

JARVIS

01/20/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:08

# 1 0.000Subject Sample 02:08

1.632Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.000Subject Sample 02:11

1.800Breath Volume 02:11

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 01/26/2023 20:47

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3701/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:42

Pinellas County SO

TEMPLE,ELIZABETH

03/09/2023

AG106803

Pinellas County SO

TEMPLE,ELIZABETH,R

CECH-SUMNER

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:07

# 1Subject Sample 23:07 Subject Test Refused

0.000Breath Volume 23:07

0.000Air Blank 23:07

0.079Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:0801/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:39

Pinellas County SO

MITCHELL,ALEXANDRA

03/09/2023

AG106803

Pinellas County SO

MITCHELL,ALEXANDRA,

EVANS

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

# 1 0.206Subject Sample 03:01

2.121Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.205Subject Sample 03:04

1.476Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 01/27/2023 18:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:0301/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:35

Pinellas County SO

TEMPLE,ELIZABETH

03/09/2023

AG106803

Pinellas County SO

TEMPLE,ELIZABETH,R

FERRARO

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

# 1Subject Sample 23:02 Subject Test Refused

0.000Breath Volume 23:02

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:04

Data Download Date/Time: 01/27/2023 18:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:0001/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:25

Pinellas County SO

TEMPLE,ELIZABETH

03/09/2023

AG106803

Pinellas County SO

TEMPLE,ELIZABETH,R

FORTIER

12/07/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

# 1Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:52

Data Download Date/Time: 01/27/2023 18:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:1301/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

23:06

Pinellas County SO

TEMPLE,ELIZABETH

03/09/2023

AG106803

Pinellas County SO

TEMPLE,ELIZABETH,R

CUMBY

01/26/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.080Control Test 23:28

0.000Air Blank 23:28

# 1Subject Sample 23:28 Subject Test Refused

0.000Breath Volume 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 01/27/2023 18:53

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:15:0201/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:47

07:27

Indialantic PD

OTTO,ALSON

11/05/2023

23621080A2

Melbourne PD

NIGH,ADAM,R

BAILEY

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:08

0.000Air Blank 08:08

0.080Control Test 08:08

0.000Air Blank 08:09

# 1 0.150Subject Sample 08:10

1.691Breath Volume 08:10

0.000Air Blank 08:10

0.000Air Blank 08:12

# 2 0.144Subject Sample 08:13

1.773Breath Volume 08:13

0.000Air Blank 08:14

0.079Control Test 08:14

0.000Air Blank 08:14

OKDiagnostics Check 08:15

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:1901/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:51

Satellite Beach PD

WHITE,CHRISTOPHER

11/05/2023

23621080A2

Satellite Beach PD

WHITE,CHRISTOPHER,J

CLAGUE

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.080Control Test 00:17

0.000Air Blank 00:17

# 1 0.120Subject Sample 00:18

2.144Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.117Subject Sample 00:21

1.839Breath Volume 00:21

0.000Air Blank 00:22

0.078Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:1101/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

20:18

Indialantic PD

CAMPAGNONE,ALEXANDER

11/05/2023

23621080A2

Brevard County SO

BEAL,ADAM,M

RODRIGUEZ

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.286Subject Sample 22:13

1.335Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:15

# 2 0.291Subject Sample 22:16

1.445Breath Volume 22:16

0.000Air Blank 22:17

0.077Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:57:4301/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:11

Indialantic PD

WILLINGHAM,JARRETT

11/05/2023

23621080A2

Melbourne PD

BOOTH,JUSTIN,E

SCOTT

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:51

0.000Air Blank 07:52

0.081Control Test 07:52

0.000Air Blank 07:53

# 1 0.000Subject Sample 07:53

2.027Breath Volume 07:53

0.000Air Blank 07:54

0.000Air Blank 07:56

# 2 0.000Subject Sample 07:56

2.140Breath Volume 07:56

0.000Air Blank 07:56

0.079Control Test 07:57

0.000Air Blank 07:57

OKDiagnostics Check 07:57

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:17:1501/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:43

14:17

Indialantic PD

OTTO,ALISON

11/05/2023

23621080A2

Melbourne PD

FOURNIER,TIMOTHY,R

LA PLANTE

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:03

0.000Air Blank 15:04

0.080Control Test 15:04

0.000Air Blank 15:05

# 1 0.139Subject Sample 15:08 Volume Not Met

0.800Breath Volume 15:08

0.000Air Blank 15:09

0.000Air Blank 15:10

# 2 0.170Subject Sample 15:11

1.734Breath Volume 15:11

0.000Air Blank 15:12

0.000Air Blank 15:14

# 3 0.169Subject Sample 15:15

1.519Breath Volume 15:15

0.000Air Blank 15:16

0.078Control Test 15:16

0.000Air Blank 15:17

OKDiagnostics Check 15:17

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:5901/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:42

Indialantic PD

GRAHAM,EMMA

11/05/2023

23621080A2

Satellite Beach PD

GRAHAM,EMMA,

CREMONA

12/08/2022

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

# 1 0.143Subject Sample 04:16

1.210Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:18

# 2 0.141Subject Sample 04:19

1.781Breath Volume 04:19

0.000Air Blank 04:20

0.079Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 01/15/2023 13:56

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:54:0901/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:26

09:03

Haines City PD

BRUNER,SEAN

08/03/2023

1356262

Haines City PD

BRUNER,SEAN,R

VELEZ LEON

12/27/2022

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:47

0.000Air Blank 09:47

0.080Control Test 09:48

0.000Air Blank 09:48

# 1 0.023Subject Sample 09:49

1.652Breath Volume 09:49

0.000Air Blank 09:50

0.000Air Blank 09:52

# 2 0.022Subject Sample 09:52

1.414Breath Volume 09:52

0.000Air Blank 09:53

0.080Control Test 09:53

0.000Air Blank 09:54

OKDiagnostics Check 09:54

Data Download Date/Time: 01/05/2023 07:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:31:0401/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:03

06:59

BREVARD COUNTY SO

CHRISTOFFEL,JAMES

11/05/2023

25721080A2

BREVARD COUNTY SO

WAGNER,ROBERT,F

THAKOR

12/30/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:24

0.000Air Blank 08:25

0.081Control Test 08:25

0.000Air Blank 08:26

# 1 0.017Subject Sample 08:26

2.136Breath Volume 08:26

0.000Air Blank 08:27

0.000Air Blank 08:29

# 2 0.015Subject Sample 08:29

2.031Breath Volume 08:29

0.000Air Blank 08:30

0.081Control Test 08:30

0.000Air Blank 08:30

OKDiagnostics Check 08:31

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:56:0101/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:27

14:31

BREVARD COUNTY SO

GUZMAN,DAVID

11/05/2023

25721080A2

BREVARD COUNTY SO

WAGNER,ROBERT,F

CERVANTES

12/30/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:48

0.000Air Blank 15:49

0.079Control Test 15:49

0.000Air Blank 15:49

# 1 0.301Subject Sample 15:51

1.132Breath Volume 15:51

0.000Air Blank 15:52

0.000Air Blank 15:53

# 2 0.299Subject Sample 15:54

1.636Breath Volume 15:54

0.000Air Blank 15:55

0.077Control Test 15:55

0.000Air Blank 15:55

OKDiagnostics Check 15:56

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:4201/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:57

BREVARD COUNTY SO

FRASER,JERROD

11/05/2023

25721080A2

BREVARD COUNTY SO

VILLACRES,NICHOLAS,J

WAYNE

12/30/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.081Control Test 19:47

0.000Air Blank 19:47

# 1Subject Sample 19:49 Subject Test Refused

0.000Breath Volume 19:49

0.000Air Blank 19:49

0.080Control Test 19:50

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:5301/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

20:18

BREVARD COUNTY SO

STRAIT,BENJAMIN

11/05/2023

25721080A2

BREVARD COUNTY SO

PATTERSON,TYLER,J

MILLER

12/30/2022

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.081Control Test 21:12

0.000Air Blank 21:13

# 1 0.207Subject Sample 21:14

2.375Breath Volume 21:14

0.000Air Blank 21:15

0.000Air Blank 21:16

# 2 0.209Subject Sample 21:17

2.058Breath Volume 21:17

0.000Air Blank 21:17

0.080Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 01/04/2023 10:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:18:4901/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:45

13:40

Pinellas Park PD

HUFF,ZACHARY

03/05/2024

35521080A2

Pinellas Park PD

HUFF,ZACHARY,J

BORSELLINO

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:09

0.000Air Blank 14:09

0.077Control Test 14:10

0.000Air Blank 14:10

# 1 0.199Subject Sample 14:13

2.007Breath Volume 14:13

0.000Air Blank 14:13

0.000Air Blank 14:15

# 2 0.196Subject Sample 14:17

2.062Breath Volume 14:17

0.000Air Blank 14:17

0.077Control Test 14:18

0.000Air Blank 14:18

OKDiagnostics Check 14:18

Data Download Date/Time: 01/03/2023 15:25

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:04:2701/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:37

11:30

Pinellas Park PD

HUFF,ZACHARY

03/05/2024

35521080A2

Pinellas Park PD

HUFF,ZACHARY,J

MARKS

12/06/2022

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:58

0.000Air Blank 11:58

0.077Control Test 11:59

0.000Air Blank 11:59

# 1 0.000Subject Sample 12:00

1.988Breath Volume 12:00

0.000Air Blank 12:00

0.000Air Blank 12:02

# 2 0.000Subject Sample 12:03

2.710Breath Volume 12:03

0.000Air Blank 12:03

0.079Control Test 12:03

0.000Air Blank 12:04

OKDiagnostics Check 12:04

Data Download Date/Time: 01/03/2023 15:25

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5601/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:22

Coconut Creek Pub Sf

HENRY,GAVIN

02/05/2024

02422080A1

Coconut Creek Pub Sf

BAKER,MICHAEL,

OSBOURNE

12/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.078Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:19 Subject Test Refused

0.000Breath Volume 03:19

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 01/24/2023 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:3601/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:35

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/05/2024

02422080A1

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

VELASQUEZMENDOZA

12/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:36

# 1Subject Sample 00:36 Subject Test Refused

0.000Breath Volume 00:36

0.000Air Blank 00:36

0.079Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 01/24/2023 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:3801/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

01:00

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/05/2024

02422080A1

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

RODRIGUEZRANGEL

12/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.078Control Test 01:43

0.000Air Blank 01:43

# 1 0.138Subject Sample 01:44

1.855Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.142Subject Sample 01:47

1.484Breath Volume 01:47

0.000Air Blank 01:47

0.078Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 01/24/2023 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:0201/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:55

Coconut Creek Pub Sf

HENRY,GAVIN

02/05/2024

02422080A1

Coconut Creek Pub Sf

FEISTHAMMEL,SEAN,P

CEDENO

12/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.079Control Test 04:46

0.000Air Blank 04:47

# 1Subject Sample 04:47 Subject Test Refused

0.000Breath Volume 04:47

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:48

OKDiagnostics Check 04:49

Data Download Date/Time: 01/24/2023 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:5001/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:01

Coconut Creek Pub Sf

HENRY,GAVIN

02/05/2024

02422080A1

Coconut Creek Pub Sf

MORALES,DAVID,J

SMIETANA

12/28/2022

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.078Control Test 23:52

0.000Air Blank 23:53

# 1 0.133Subject Sample 23:53

1.128Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:55

# 2 0.138Subject Sample 23:56

1.214Breath Volume 23:56

0.000Air Blank 23:56

0.079Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 01/24/2023 14:02

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:2301/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:22

16:50

Jacksonville SO

HILLIER,J

05/05/2023

08121080A1

Jacksonville SO

ELDER,E,V

TAYLOR

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.081Control Test 18:43

0.000Air Blank 18:44

# 1 0.083Subject Sample 18:44

1.789Breath Volume 18:44

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.073Subject Sample 18:47

1.179Breath Volume 18:47

0.000Air Blank 18:48

0.081Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0501/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

20:40

Jacksonville SO

JOHNS,B

05/05/2023

08121080A1

Jacksonville SO

ROCOURT,NIA-NICOLE,L

ALBERTIE

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.081Control Test 00:27

0.000Air Blank 00:27

# 1 0.000Subject Sample 00:28

3.039Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.000Subject Sample 00:31

3.605Breath Volume 00:31

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2201/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:42

Jacksonville SO

DURHAM,C

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

MARTIN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:0401/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

04:15

Jacksonville SO

KLING,D

05/05/2023

08121080A1

Jacksonville Beach

PURVIS,M,C

NGUYEN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:50

0.082Control Test 05:50

0.000Air Blank 05:51

# 1Subject Sample 05:51 Subject Test Refused

0.000Breath Volume 05:51

0.000Air Blank 05:52

0.081Control Test 05:52

0.000Air Blank 05:52

OKDiagnostics Check 05:53

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:0401/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:45

Jacksonville SO

HILLIER,J

05/05/2023

08121080A1

Jacksonville SO

ROCOURT,NIA-NICOLE,L

IRWIN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:18

0.081Control Test 20:18

0.000Air Blank 20:19

# 1 0.167Subject Sample 20:20

4.070Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:22

# 2 0.158Subject Sample 20:23

2.156Breath Volume 20:23

0.000Air Blank 20:24

0.080Control Test 20:24

0.000Air Blank 20:24

OKDiagnostics Check 20:25

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:5701/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

18:29

Jacksonville SO

LOKMIC,S

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

MEDINA ORTIZ

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.081Control Test 20:17

0.000Air Blank 20:18

# 1Subject Sample 20:18 Subject Test Refused

0.000Breath Volume 20:18

0.000Air Blank 20:19

0.080Control Test 20:19

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:3101/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

03:57

Jacksonville SO

TORRES,W

05/05/2023

08121080A1

Neptune Beach PD

PURVIS,M,C

TURNER

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.081Control Test 05:48

0.000Air Blank 05:49

# 1 0.170Subject Sample 05:50

1.121Breath Volume 05:50

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.182Subject Sample 05:53

1.156Breath Volume 05:53

0.000Air Blank 05:54

0.079Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:5501/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

23:55

Jacksonville SO

HILLIER,J

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

JOZEFEK

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:47

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1701/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:23

02:40

Jacksonville SO

FARLEY,J

05/05/2023

08121080A1

FHP Troop G

PURVIS,M,C

ADMIN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

# 1 0.108Subject Sample 04:45

2.585Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.106Subject Sample 04:48

1.855Breath Volume 04:48

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:5501/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:23

02:40

Jacksonville SO

FARLEY,J

05/05/2023

08121080A1

FHP Troop G

PURVIS,M,C

ADMIN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.080Control Test 05:11

0.000Air Blank 05:11

# 1 0.093Subject Sample 05:12

1.296Breath Volume 05:12

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.099Subject Sample 05:15

1.828Breath Volume 05:15

0.000Air Blank 05:15

0.079Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:5301/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:00

Jacksonville SO

FISETTE,J

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

EMAS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.080Control Test 23:13

0.000Air Blank 23:14

# 1 0.000Subject Sample 23:14

1.296Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.000Subject Sample 23:17

1.230Breath Volume 23:17

0.000Air Blank 23:17

0.079Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5901/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:00

Jacksonville SO

WHISMAN,N

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

GLASGOW

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

# 1Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:43:3601/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

14:29

Jacksonville SO

FISETTE,J

05/05/2023

08121080A1

Jacksonville SO

HALE,J,K

ELLEDGE

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:34

0.000Air Blank 15:34

0.080Control Test 15:35

0.000Air Blank 15:35

# 1 0.382Subject Sample 15:37

2.257Breath Volume 15:37

0.000Air Blank 15:38

0.000Air Blank 15:39

# 2 0.387Subject Sample 15:41

2.097Breath Volume 15:41

0.000Air Blank 15:42

0.078Control Test 15:42

0.000Air Blank 15:43

OKDiagnostics Check 15:43

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3901/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:20

Jacksonville SO

LUGO,R

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

WOOLRIDGE

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.081Control Test 04:13

0.000Air Blank 04:13

# 1 0.243Subject Sample 04:14

1.808Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.247Subject Sample 04:16

1.757Breath Volume 04:16

0.000Air Blank 04:17

0.080Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 01/31/2023 14:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:36:2401/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:08

11:43

Jacksonville SO

CAMERON,B

05/05/2023

08121080A1

Jacksonville SO

HALE,J,K

JUREC

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:28

0.000Air Blank 13:29

0.080Control Test 13:29

0.000Air Blank 13:30

# 1 0.246Subject Sample 13:30

1.281Breath Volume 13:30

0.000Air Blank 13:31

0.000Air Blank 13:33

# 2 0.245Subject Sample 13:34

1.257Breath Volume 13:34

0.000Air Blank 13:35

0.080Control Test 13:35

0.000Air Blank 13:36

OKDiagnostics Check 13:36

Data Download Date/Time: 01/31/2023 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:17:3801/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

13:35

Jacksonville SO

FISETTE,J

05/05/2023

08121080A1

Jacksonville SO

HALE,J,K

HAUSLER

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:10

0.000Air Blank 15:10

0.080Control Test 15:11

0.000Air Blank 15:11

# 1 0.308Subject Sample 15:12

2.457Breath Volume 15:12

0.000Air Blank 15:13

0.000Air Blank 15:14

# 2 0.300Subject Sample 15:15

2.375Breath Volume 15:15

0.000Air Blank 15:16

0.079Control Test 15:16

0.000Air Blank 15:17

OKDiagnostics Check 15:17

Data Download Date/Time: 01/31/2023 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:18:0401/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

13:30

Jacksonville SO

VALERIO,E

12/05/2023

29821080A4

Jacksonville SO

SMITH,R,L

HILTON

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:11

0.000Air Blank 15:11

0.080Control Test 15:11

0.000Air Blank 15:12

# 1 0.131Subject Sample 15:13

1.125Breath Volume 15:13

0.000Air Blank 15:14

0.000Air Blank 15:15

# 2 0.129Subject Sample 15:16

2.019Breath Volume 15:16

0.000Air Blank 15:17

0.080Control Test 15:17

0.000Air Blank 15:17

OKDiagnostics Check 15:18

Data Download Date/Time: 01/31/2023 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:1701/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

19:30

Jacksonville SO

HILLIER,J

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

CARNAHAN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:44

0.000Air Blank 21:44

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 01/31/2023 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2201/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:35

Jacksonville SO

HIXSON,C

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

BARRIGA BARRERA

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.081Control Test 03:42

0.000Air Blank 03:43

# 1 0.127Subject Sample 03:44

2.035Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.130Subject Sample 03:47

1.996Breath Volume 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 01/31/2023 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:1301/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

02:20

Jacksonville SO

SMITH,M

05/05/2023

08121080A1

FHP Troop G

STANFORD,B,R

MEEK

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.081Control Test 04:32

0.000Air Blank 04:32

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 01/31/2023 14:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:3901/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:59

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

VILLARIN,M,D

KNOX

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

# 1 0.161Subject Sample 01:58

1.343Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.161Subject Sample 02:04 Volume Not Met

0.050Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 3 0.150Subject Sample 02:10 Volume Not Met

0.351Breath Volume 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:3301/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:47

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

MCKENZIE,A,E

BEESKAU

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.079Control Test 21:33

0.000Air Blank 21:34

# 1 0.244Subject Sample 21:35

1.929Breath Volume 21:35

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.233Subject Sample 21:38

1.765Breath Volume 21:38

0.000Air Blank 21:38

0.080Control Test 21:38

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:4901/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:03

Clay County SO

CLAXTON,E

05/05/2024

07622080A2

Orange Park PD

VILLARIN,M,D

HERNANDEZ

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:01

# 1 0.000Subject Sample 02:02

2.679Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.000Subject Sample 02:05

2.773Breath Volume 02:05

0.000Air Blank 02:05

0.080Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:2601/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:36

17:17

Clay County SO

NEWTON,N

05/05/2024

07622080A2

Green Cove Springs

VILLARIN,M,D

WARNER

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:58

0.000Air Blank 17:59

0.080Control Test 17:59

0.000Air Blank 18:00

# 1 0.283Subject Sample 18:00

3.492Breath Volume 18:00

0.000Air Blank 18:01

0.000Air Blank 18:03

# 2 0.284Subject Sample 18:03

3.437Breath Volume 18:03

0.000Air Blank 18:04

0.079Control Test 18:04

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:0201/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:58

16:20

Clay County SO

BAUMGARTNER,N

05/05/2024

07622080A2

Clay County SO

HOLBERT,J,T

MCDILL

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:23

0.000Air Blank 17:23

0.080Control Test 17:23

0.000Air Blank 17:24

# 1 0.000Subject Sample 17:25

3.039Breath Volume 17:25

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2 0.000Subject Sample 17:28

1.531Breath Volume 17:28

0.000Air Blank 17:29

0.080Control Test 17:29

0.000Air Blank 17:29

OKDiagnostics Check 17:30

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2001/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:40

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

VILLARIN,M,D

CRUZ

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1 0.150Subject Sample 01:27

1.628Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.144Subject Sample 01:30

1.152Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:0801/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:26

Clay County SO

CLAXTON,E

05/05/2024

07622080A2

Orange Park PD

MCKENZIE,A,E

HUNT

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

# 1Subject Sample 05:00 No Sample Provided

0.000Breath Volume 05:00

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2Subject Sample 05:05 No Sample Provided

0.000Breath Volume 05:05

0.000Air Blank 05:06

0.080Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:51:3901/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

09:32

Clay County SO

STONE,S

05/05/2024

07622080A2

Clay County SO

SIDDERS,R,M

COLEMAN

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:45

0.000Air Blank 10:45

0.080Control Test 10:46

0.000Air Blank 10:46

# 1 0.000Subject Sample 10:47

3.304Breath Volume 10:47

0.000Air Blank 10:47

0.000Air Blank 10:49

# 2 0.000Subject Sample 10:50

3.203Breath Volume 10:50

0.000Air Blank 10:50

0.080Control Test 10:51

0.000Air Blank 10:51

OKDiagnostics Check 10:51

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:55:0401/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:40

Clay County SO

BAUMGARTNER,N

05/05/2024

07622080A2

Clay County SO

KELLY,JOHN,P

LEMROW

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:47

0.000Air Blank 17:48

0.080Control Test 17:48

0.000Air Blank 17:49

# 1 0.091Subject Sample 17:50

1.300Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:53

# 2 0.090Subject Sample 17:53

1.687Breath Volume 17:53

0.000Air Blank 17:54

0.080Control Test 17:54

0.000Air Blank 17:54

OKDiagnostics Check 17:55

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:2001/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:11

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

WEBB

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.080Control Test 04:04

0.000Air Blank 04:04

# 1 0.168Subject Sample 04:06

1.792Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.167Subject Sample 04:09

2.050Breath Volume 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1701/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:43

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

VILLARIN,M,D

ZAPATA

12/27/2022

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

# 1Subject Sample 23:54 Subject Test Refused

0.000Breath Volume 23:54

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 01/20/2023 02:27

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:2701/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:16

Polk County SO

BLACKMAN,GERIG

01/05/2024

33321080A2

Polk County SO

BLACKMAN,GERIG,A

CASE

12/29/2022

8100.27

LAKE ALFRED PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:53

0.000Air Blank 21:53

0.080Control Test 21:54

0.000Air Blank 21:54

# 1 0.045Subject Sample 21:55

1.429Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.044Subject Sample 21:58

1.750Breath Volume 21:58

0.000Air Blank 21:59

0.077Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 01/31/2023 22:23

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:1201/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:09

FHP Troop C

WELLS,AUSTIN

06/05/2023

11821080A2

FHP Troop C

WELLS,AUSTIN,D

GOMEZ

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:15

# 1 0.173Subject Sample 04:17

1.132Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.162Subject Sample 04:22

1.308Breath Volume 04:22

0.000Air Blank 04:23

0.080Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:51:3301/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:24

07:16

FHP Troop C

FADELY,HEATHER

06/05/2023

11821080A2

Pasco County SO

RUNNER,JOSEPH,A

GUARNIERI FILHO

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:45

0.000Air Blank 08:45

0.080Control Test 08:45

0.000Air Blank 08:46

# 1 0.163Subject Sample 08:46

3.222Breath Volume 08:46

0.000Air Blank 08:47

0.000Air Blank 08:49

# 2 0.163Subject Sample 08:50

2.332Breath Volume 08:50

0.000Air Blank 08:50

0.080Control Test 08:50

0.000Air Blank 08:51

OKDiagnostics Check 08:51

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:1501/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:05

FHP Troop C

WAKELAND,KATLYN

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

OCAMPO GRIZALEZ

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.081Control Test 22:05

0.000Air Blank 22:05

# 1 0.122Subject Sample 22:06

1.500Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.126Subject Sample 22:09

1.644Breath Volume 22:09

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3501/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

11:40

FHP Troop C

AZIZ,DAVID

06/05/2023

11821080A2

FHP Troop C

AZIZ,DAVID,

ALLAN

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:35

# 1 0.104Subject Sample 00:37

2.472Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.109Subject Sample 00:40

2.871Breath Volume 00:40

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1301/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:05

FHP Troop C

WAKELAND,KATLYN

06/05/2023

11821080A2

FHP Troop C

WAKELAND,KATLYN,A

DOYLE

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:56

0.000Air Blank 01:56

# 1Subject Sample 01:56 Subject Test Refused

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5601/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:23

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

DRURY

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.082Control Test 00:46

0.000Air Blank 00:47

# 1Subject Sample 00:47 RFI Detect

0.000Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:5801/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:23

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

DRURY

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.082Control Test 00:51

0.000Air Blank 00:52

# 1 0.115Subject Sample 00:52

1.628Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:54

# 2 0.114Subject Sample 00:55

1.718Breath Volume 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:1701/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:41

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

TAYLOR

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.082Control Test 05:31

0.000Air Blank 05:32

# 1Subject Sample 05:35 No Sample Provided

0.000Breath Volume 05:35

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2Subject Sample 05:40 No Sample Provided

0.000Breath Volume 05:40

0.000Air Blank 05:41

0.081Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:3901/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:33

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

SMITH

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

Air Blank 02:23 RFI Detect

0.000Air Blank 02:23

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:0501/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:33

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

SMITH

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.081Control Test 02:26

0.000Air Blank 02:26

# 1Subject Sample 02:27 RFI Detect

0.000Breath Volume 02:27

Air Blank 02:27 RFI Detect

0.000Air Blank 02:28

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2001/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:33

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

SMITH

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

# 1 0.201Subject Sample 02:34

1.343Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.186Subject Sample 02:37

1.476Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:5901/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:44

FHP Troop C

DION,KEVIN

06/05/2023

11821080A2

FHP Troop C

DION,KEVIN,J

BEDOR

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

# 1 0.194Subject Sample 03:35

2.125Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.182Subject Sample 03:38

1.222Breath Volume 03:38

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:0201/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:30

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

K246008037020

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1 0.147Subject Sample 01:43

1.804Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.148Subject Sample 01:47

1.734Breath Volume 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:49

Data Download Date/Time: 01/16/2023 10:13

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:3401/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:24

Coral Springs PD

ISABEL,GEORGE

04/05/2023

06021080A2

Coral Springs PD

WAYE,MAKINA,A

DE JESUS CERVANTES

12/27/2022

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:16

# 1Subject Sample 21:16 Subject Test Refused

0.000Breath Volume 21:16

0.000Air Blank 21:16

0.078Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 01/27/2023 15:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:1001/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:36

Coral Springs PD

JENNINGS,LUKE

04/05/2023

06021080A2

Coral Springs PD

WAYE,MAKINA,A

DOWLATRAM

12/27/2022

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.079Control Test 20:26

0.000Air Blank 20:27

# 1 0.222Subject Sample 20:27

2.613Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.217Subject Sample 20:30

2.453Breath Volume 20:30

0.000Air Blank 20:31

0.079Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 01/27/2023 15:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:4001/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:41

Coral Springs PD

JENNINGS,LUKE

04/05/2023

06021080A2

Coral Springs PD

WAYE,MAKINA,A

RAMOS-RAMIREZ

12/27/2022

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

# 1 0.187Subject Sample 02:38

1.316Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.192Subject Sample 02:42

2.570Breath Volume 02:42

0.000Air Blank 02:42

0.079Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 01/27/2023 15:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:3001/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:58

Nassau County SO

JACKSON,R

11/05/2024

26422080A1

Nassau County SO

JEFFERSON,ALI,S

MORGAN

12/21/2022

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.078Control Test 01:56

0.000Air Blank 01:56

# 1 0.104Subject Sample 01:57

3.386Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.101Subject Sample 02:00

3.308Breath Volume 02:00

0.000Air Blank 02:01

0.075Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 01/24/2023 23:39

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:0201/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

15:50

Broward County SO

BRADFORD,X

02/25/2023

1283438

Broward County SO

HERRERA,AMANDA,L

CALLEJAS

12/26/2022

8100.27

DAVIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:33

0.000Air Blank 16:33

0.081Control Test 16:34

0.000Air Blank 16:34

# 1 0.326Subject Sample 16:35

1.378Breath Volume 16:35

0.000Air Blank 16:36

0.000Air Blank 16:38

# 2 0.349Subject Sample 16:38

1.386Breath Volume 16:38

0.000Air Blank 16:39

0.000Air Blank 16:40

# 3 0.341Subject Sample 16:41

1.156Breath Volume 16:41

0.000Air Blank 16:42

0.078Control Test 16:42

0.000Air Blank 16:42

OKDiagnostics Check 16:43

Data Download Date/Time: 01/23/2023 09:41

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:2601/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:52

Lakeland PD

WILSON,KALEB

06/05/2023

11821080A2

Lakeland PD

WILSON,KALEB,R

RODGERS

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.135Subject Sample 02:59

2.339Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.143Subject Sample 03:02

2.906Breath Volume 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:4801/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:19

Lakeland PD

WILSON,KALEB

06/05/2023

11821080A2

Lakeland PD

WILSON,KALEB,R

KINANE  JR

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:23

# 1 0.223Subject Sample 23:26

1.937Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.206Subject Sample 23:29

1.796Breath Volume 23:29

0.000Air Blank 23:29

0.079Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5201/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:16

Lakeland PD

WILSON,KALEB

06/05/2023

11821080A2

Lakeland PD

WILSON,KALEB,R

BOOTH

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:59

# 1 0.158Subject Sample 03:00

2.519Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.150Subject Sample 03:03

2.031Breath Volume 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:2001/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:24

Lakeland PD

CORALIC,ALEXANDAR

06/05/2023

11821080A2

Lakeland PD

LAFONTANT,SEDONA,S

JONES

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

# 1 0.159Subject Sample 21:27

2.328Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.153Subject Sample 21:30

2.589Breath Volume 21:30

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:2401/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:17

Lakeland PD

RIGGALL,NICHOLAS

06/05/2023

11821080A2

Lakeland PD

RIGGALL,NICHOLAS,S

GOMEZ

12/07/2022

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.079Control Test 04:20

0.000Air Blank 04:21

# 1 0.139Subject Sample 04:22

1.210Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.145Subject Sample 04:27

1.609Breath Volume 04:27

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 01/25/2023 12:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1101/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:19

Hollywood PD

JULIUS,BERNARD

12/07/2024

402290677

Hollywood PD

DERIET,RAFAEL,

STEWART

01/04/2023

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.078Control Test 03:07

0.000Air Blank 03:08

# 1Subject Sample 03:09 Subject Test Refused

0.000Breath Volume 03:09

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 02/01/2023 14:01

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:5001/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:10

Pinellas County SO

BLAKE,LEVI

06/08/2023

AG115904

Pinellas County SO

BLAKE,LEVI,S

REYNOLDS

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

# 1Subject Sample 02:39 Subject Test Refused

0.000Breath Volume 02:39

0.000Air Blank 02:39

0.081Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5801/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

04:10

Pinellas County SO

CHURCHILL,CAMERON

06/08/2023

AG115904

Pinellas County SO

CHURCHILL,CAMERON,P

BAKER

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.082Control Test 04:30

0.000Air Blank 04:31

# 1Subject Sample 04:31 Subject Test Refused

0.000Breath Volume 04:31

0.000Air Blank 04:32

0.081Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:5701/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:57

Pinellas County SO

TEMPLE,ELIZABETH

06/08/2023

AG115904

Pinellas County SO

TEMPLE,ELIZABETH,R

ARELLINE

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.082Control Test 23:19

0.000Air Blank 23:20

# 1 0.086Subject Sample 23:20

1.250Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.093Subject Sample 23:24

1.507Breath Volume 23:24

0.000Air Blank 23:25

0.082Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:1001/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:49

Pinellas County SO

TEMPLE,ELIZABETH

06/08/2023

AG115904

Pinellas County SO

TEMPLE,ELIZABETH,R

GRINER

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:06

# 1 0.155Subject Sample 04:06

1.695Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.163Subject Sample 04:09

1.515Breath Volume 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3901/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:58

Pinellas County SO

TEMPLE,ELIZABETH

06/08/2023

AG115904

Pinellas County SO

TEMPLE,ELIZABETH,R

MURPHY

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.082Control Test 00:10

0.000Air Blank 00:10

# 1 0.103Subject Sample 00:12

1.441Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.097Subject Sample 00:15

1.230Breath Volume 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4901/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:57

Pinellas County SO

ZSIDO,DANIELLE

06/08/2023

AG115904

Pinellas County SO

ZSIDO,DANIELLE,M

LADNIER

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.082Control Test 02:16

0.000Air Blank 02:17

# 1Subject Sample 02:17 Subject Test Refused

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.082Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5301/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:48

Pinellas County SO

TEMPLE,ELIZABETH

06/08/2023

AG115904

Pinellas County SO

TEMPLE,ELIZABETH,R

ALFONSO

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.082Control Test 04:04

0.000Air Blank 04:04

# 1 0.219Subject Sample 04:05

2.375Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.215Subject Sample 04:09

3.265Breath Volume 04:09

0.000Air Blank 04:09

0.083Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:2801/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

23:01

Pinellas County SO

TEMPLE,ELIZABETH

06/08/2023

AG115904

Pinellas County SO

TEMPLE,ELIZABETH,R

PURCELL

12/09/2022

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.082Control Test 23:27

0.000Air Blank 23:27

# 1Subject Sample 23:28 Subject Test Refused

0.000Breath Volume 23:28

0.000Air Blank 23:28

0.083Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 01/20/2023 23:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3901/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:13

Clearwater PD

BRUNEAU,OFFICER

03/05/2024

35521080A2

Clearwater PD

BRUNEAU,OFFICER,

RICHARDSON

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.077Control Test 02:30

0.000Air Blank 02:31

# 1 0.121Subject Sample 02:32

1.800Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.125Subject Sample 02:35

1.941Breath Volume 02:35

0.000Air Blank 02:35

0.077Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:5601/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:07

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

ZAKHAROV

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.077Control Test 02:43

0.000Air Blank 02:44

# 1 0.234Subject Sample 02:45

2.250Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.212Subject Sample 02:48

1.890Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 3 0.232Subject Sample 02:52

3.550Breath Volume 02:52

0.000Air Blank 02:53

0.075Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:1901/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:48

Clearwater PD

GILES,OFFICER

03/05/2024

35521080A2

Clearwater PD

GILES,OFFICER,G

KING

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.077Control Test 03:54

0.000Air Blank 03:54

# 1 0.081Subject Sample 03:55

1.355Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.077Subject Sample 03:58

1.390Breath Volume 03:58

0.000Air Blank 03:59

0.077Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4701/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

04:06

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

KROLICK

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.077Control Test 04:39

0.000Air Blank 04:40

# 1 0.150Subject Sample 04:40

3.328Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.141Subject Sample 04:44

2.589Breath Volume 04:44

0.000Air Blank 04:44

0.076Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:5001/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:18

Clearwater PD

YEATES,SCOTT

03/05/2024

35521080A2

Clearwater PD

YEATES,SCOTT,W

EDELMAN

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.078Control Test 21:27

0.000Air Blank 21:27

# 1 0.065Subject Sample 21:30

1.312Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.066Subject Sample 21:33

1.207Breath Volume 21:33

0.000Air Blank 21:33

0.076Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:1701/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:59

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

GIANCOLA

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.077Control Test 22:26

0.000Air Blank 22:26

# 1 0.116Subject Sample 22:27

4.480Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:29

# 2 0.110Subject Sample 22:30

1.656Breath Volume 22:30

0.000Air Blank 22:31

0.076Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:0201/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:13

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

MASON

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.077Control Test 00:42

0.000Air Blank 00:42

# 1 0.122Subject Sample 00:43

3.898Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.124Subject Sample 00:46

4.000Breath Volume 00:46

0.000Air Blank 00:47

0.076Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:48

Data Download Date/Time: 01/20/2023 01:04

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:1301/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:02

Clearwater PD

LASCKO,J

03/05/2024

35521080A2

Clearwater PD

LASCKO,J,

RIDDLE

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.077Control Test 02:34

0.000Air Blank 02:35

# 1 0.125Subject Sample 02:35

3.582Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.114Subject Sample 02:38

3.308Breath Volume 02:38

0.000Air Blank 02:39

0.077Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:0301/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:13

Clearwater PD

DELATORRE-
CASTELLANO,OFC

03/05/2024

35521080A2

Clearwater PD

DELATORRE-CASTELLANO,OFC,

SCHULTZ

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.077Control Test 03:53

0.000Air Blank 03:53

# 1 0.141Subject Sample 03:55

2.496Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.138Subject Sample 03:58

2.589Breath Volume 03:58

0.000Air Blank 03:59

0.077Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 04:00

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:38:0901/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:12

07:02

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

MCSWAIN

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:32

0.000Air Blank 07:33

0.078Control Test 07:33

0.000Air Blank 07:33

# 1Subject Sample 07:36 Subject Test Refused

0.000Breath Volume 07:36

0.000Air Blank 07:37

0.078Control Test 07:37

0.000Air Blank 07:38

OKDiagnostics Check 07:38

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:0701/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:35

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

MCBRIDE

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.078Control Test 22:56

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:57

2.667Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.000Subject Sample 23:00

1.937Breath Volume 23:00

0.000Air Blank 23:01

0.077Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:0701/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:03

Clearwater PD

KROLICK,ALEX

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

MURRAY

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.076Control Test 02:39

0.000Air Blank 02:39

# 1 0.196Subject Sample 02:40

2.144Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:42

# 2 0.196Subject Sample 02:43

2.335Breath Volume 02:43

0.000Air Blank 02:44

0.076Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:2301/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:37

Clearwater PD

VANGELI,JONATHAN

03/05/2024

35521080A2

Clearwater PD

VANGELI,JONATHAN,D

HIRTH

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.077Control Test 05:13

0.000Air Blank 05:14

# 1 0.237Subject Sample 05:14

2.378Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.230Subject Sample 05:17

2.628Breath Volume 05:17

0.000Air Blank 05:18

0.077Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:4001/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:51

18:39

Clearwater PD

WALSER,J

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

COX

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:11

0.000Air Blank 19:11

0.078Control Test 19:12

0.000Air Blank 19:12

# 1 0.130Subject Sample 19:15 Volume Not Met

0.382Breath Volume 19:15

0.000Air Blank 19:17

0.000Air Blank 19:18

# 2 0.136Subject Sample 19:20

1.933Breath Volume 19:20

0.000Air Blank 19:21

0.000Air Blank 19:23

# 3 0.122Subject Sample 19:24

1.296Breath Volume 19:24

0.000Air Blank 19:25

0.074Control Test 19:26 Control Outside Tolerance

0.000Air Blank 19:26

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:2701/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:51

18:31

Clearwater PD

WALSER,J

03/05/2024

35521080A2

Clearwater PD

KROLICK,ALEX,M

COX

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.074Control Test 19:29 Control Outside Tolerance

0.000Air Blank 19:30

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:2401/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:51

18:39

Clearwater PD

WALSER,J

05/05/2024

07622089A2

Clearwater PD

KROLICK,ALEX,M

COX

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.075Control Test 19:39

0.000Air Blank 19:40

# 1 0.125Subject Sample 19:41

1.214Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:43

# 2 0.128Subject Sample 19:44

1.359Breath Volume 19:44

0.000Air Blank 19:45

0.075Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:5701/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:01

19:32

Clearwater PD

RODRIGUEZ,XAVIER

05/05/2024

07622089A2

Clearwater PD

GILES,OFFICER,G

GRAY

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.078Control Test 20:22

0.000Air Blank 20:23

# 1Subject Sample 20:24 Subject Test Refused

0.000Breath Volume 20:24

0.000Air Blank 20:25

0.078Control Test 20:25

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:2301/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:21

Clearwater PD

PALOMA,NICOLAS

05/05/2024

07622089A2

Clearwater PD

PALOMA,NICOLAS,

MANNONE

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.077Control Test 21:03

0.000Air Blank 21:04

# 1 0.302Subject Sample 21:04

1.992Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.295Subject Sample 21:07

1.437Breath Volume 21:07

0.000Air Blank 21:08

0.077Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:3201/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:57

Clearwater PD

GILES,OFFICER

05/05/2024

07622089A2

Clearwater PD

BRUNEAU,OFFICER,

HALISKY

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.077Control Test 00:43

0.000Air Blank 00:44

# 1 0.156Subject Sample 00:44

5.164Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.165Subject Sample 00:47

4.875Breath Volume 00:47

0.000Air Blank 00:48

0.077Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 01/20/2023 01:05

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:1001/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:40

Clearwater PD

YEATES,OFFICER

05/05/2024

07622089A2

Clearwater PD

BRUNEAU,OFFICER,

BUTTLAR

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.077Control Test 03:28

0.000Air Blank 03:29

# 1 0.043Subject Sample 03:29

3.078Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2Subject Sample 03:32 RFI Detect

0.000Breath Volume 03:32

Air Blank 03:32 RFI Detect

0.000Air Blank 03:33

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5201/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:40

Clearwater PD

YEATES,OFFICER

05/05/2024

07622089A2

Clearwater PD

BRUNEAU,OFFICER,

BUTTLAR

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.078Control Test 03:36

0.000Air Blank 03:36

# 1 0.039Subject Sample 03:37

2.976Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.038Subject Sample 03:40

2.980Breath Volume 03:40

0.000Air Blank 03:40

0.078Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:2601/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:34

Clearwater PD

NEGERSMITH,D

05/05/2024

07622089A2

Clearwater PD

KROLICK,ALEX,M

RAMSEY

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:10

# 1 0.072Subject Sample 01:10

4.644Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.068Subject Sample 01:13

4.058Breath Volume 01:13

0.000Air Blank 01:14

0.078Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:3701/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:48

Clearwater PD

HERNANDEZ PEREZ,IVAN

05/05/2024

07622089A2

Clearwater PD

HERNANDEZ PEREZ,IVAN,

DEPAZ BERNAL

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.077Control Test 22:43

0.000Air Blank 22:43

# 1 0.176Subject Sample 22:44

2.218Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.183Subject Sample 22:47

2.359Breath Volume 22:47

0.000Air Blank 22:48

0.078Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:0501/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:27

Clearwater PD

GILES,OFFICER

05/05/2024

07622089A2

Clearwater PD

GILES,OFFICER,G

REPPERT

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.078Control Test 19:48

0.000Air Blank 19:49

# 1 0.000Subject Sample 19:51

1.820Breath Volume 19:51

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.000Subject Sample 19:54

2.230Breath Volume 19:54

0.000Air Blank 19:55

0.077Control Test 19:55

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:2401/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:56

Clearwater PD

YEATES,SCOTT

05/05/2024

07622089A2

Clearwater PD

YEATES,SCOTT,W

DENY

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.077Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:35 No Sample Provided

0.000Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2Subject Sample 00:41 No Sample Provided

0.000Breath Volume 00:41

0.000Air Blank 00:41

0.078Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:44:0501/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

16:50

Clearwater PD

CURCIO,ANTHONY

05/05/2024

07622089A2

Clearwater PD

CURCIO,ANTHONY,P

ABBOTT

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:36

0.000Air Blank 17:36

0.077Control Test 17:36

0.000Air Blank 17:37

# 1Subject Sample 17:40 No Sample Provided

0.000Breath Volume 17:40

0.000Air Blank 17:40

Air Blank 17:42 RFI Detect

0.000Air Blank 17:43

0.077Control Test 17:43

0.000Air Blank 17:44

OKDiagnostics Check 17:44

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:51:2501/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

16:50

Clearwater PD

CURCIO,ANTHONY

05/05/2024

07622089A2

Clearwater PD

CURCIO,ANTHONY,P

ABBOTT

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:46

0.000Air Blank 17:46

0.077Control Test 17:47

0.000Air Blank 17:47

# 1Subject Sample 17:49 RFI Detect

0.132Breath Volume 17:49

0.000Air Blank 17:50

0.078Control Test 17:50

0.000Air Blank 17:51

OKDiagnostics Check 17:51

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:2801/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

16:50

Clearwater PD

CURCIO,ANTHONY

05/05/2024

07622089A2

Clearwater PD

CURCIO,ANTHONY,P

ABBOTT

12/22/2022

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.077Control Test 17:54

0.000Air Blank 17:55

# 1Subject Sample 17:58 No Sample Provided

0.000Breath Volume 17:58

0.000Air Blank 17:58

0.000Air Blank 18:00

# 2 0.253Subject Sample 18:01

1.382Breath Volume 18:01

0.000Air Blank 18:02

0.000Air Blank 18:04

# 3 0.266Subject Sample 18:04

1.316Breath Volume 18:04

0.000Air Blank 18:05

0.077Control Test 18:05

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 01/20/2023 01:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:4601/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

03:56

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

PURVIS,M,C

CARABALLOSO

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:25

0.082Control Test 05:25

0.000Air Blank 05:26

# 1 0.206Subject Sample 05:26

1.378Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.190Subject Sample 05:32 Volume Not Met

1.007Breath Volume 05:32

Air Blank 05:33 Purge Fail

0.000Air Blank 05:33

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:3301/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

03:56

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

PURVIS,M,C

CARRABALLOSO

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:37

0.076Control Test 05:37

0.000Air Blank 05:37

# 1 0.193Subject Sample 05:38

1.378Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:40

# 2 0.190Subject Sample 05:41

1.320Breath Volume 05:41

0.000Air Blank 05:42

0.078Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2201/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:35

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

WYNOT

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.081Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:32

0.082Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2501/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:15

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

REYNOLDS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.082Control Test 03:45

0.000Air Blank 03:46

# 1 0.124Subject Sample 03:49 Volume Not Met

0.683Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 2 0.138Subject Sample 03:53

2.070Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 3 0.146Subject Sample 03:56

2.367Breath Volume 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:0401/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

22:00

Jacksonville SO

HARRELL,R

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

THOMPSON

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.083Control Test 23:55

0.000Air Blank 23:56

# 1 0.000Subject Sample 23:56

3.523Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 2 0.000Subject Sample 23:59

2.328Breath Volume 23:59

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:01

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3201/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

22:47

Jacksonville SO

KEEN,C

05/05/2024

07622080A3

Jacksonville Beach

FRAGOMENI,G,D

MAYER

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.084Control Test 01:20

0.000Air Blank 01:21

# 1 0.211Subject Sample 01:22

1.835Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.196Subject Sample 01:25

1.203Breath Volume 01:25

0.000Air Blank 01:26

0.082Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:5001/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

01:35

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

MEDINA,G,

MCELROY

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.084Control Test 03:54

0.000Air Blank 03:54

# 1 0.000Subject Sample 03:57

2.207Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.000Subject Sample 04:00

1.843Breath Volume 04:00

0.000Air Blank 04:00

0.081Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:5701/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

21:27

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

GARCIA RODRIGUEZ

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.083Control Test 00:11

0.000Air Blank 00:12

# 1 0.191Subject Sample 00:13

2.117Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.192Subject Sample 00:16

1.636Breath Volume 00:16

0.000Air Blank 00:17

0.083Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0501/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

23:55

Jacksonville SO

HILLIER,J

05/05/2024

07622080A3

Jacksonville SO

MEDINA,G,

LEE

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.082Control Test 01:33

0.000Air Blank 01:34

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:35

0.082Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3901/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:00

Jacksonville SO

HARRELL,R

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

FRAZIER

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.083Control Test 03:40

0.000Air Blank 03:40

# 1 0.234Subject Sample 03:41

1.375Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.233Subject Sample 03:44

1.136Breath Volume 03:44

0.000Air Blank 03:45

0.083Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:5301/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:15

Jacksonville SO

PETERSON,J

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

ANDRES GARCIA

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.083Control Test 05:03

0.000Air Blank 05:04

# 1 0.225Subject Sample 05:07 Volume Not Met

0.449Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:09

# 2 0.221Subject Sample 05:10

1.988Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 3 0.234Subject Sample 05:14

2.281Breath Volume 05:14

0.000Air Blank 05:14

0.079Control Test 05:15

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3601/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

23:10

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

MEDINA,G,

MEISSNER

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.083Control Test 01:49

0.000Air Blank 01:50

# 1 0.061Subject Sample 01:51

1.683Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.060Subject Sample 01:53

1.867Breath Volume 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3601/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

22:30

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

MEDINA,G,

PAGAN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.082Control Test 00:32

0.000Air Blank 00:33

# 1 0.168Subject Sample 00:36

1.699Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.167Subject Sample 00:39

1.671Breath Volume 00:39

0.000Air Blank 00:40

0.077Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:0401/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

00:58

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

MORAN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:32

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5601/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:00

Jacksonville SO

HARRELL,R

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

BYERS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:20

# 1Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:0401/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

02:09

Jacksonville SO

CLARK,J

05/05/2024

07622080A3

Jacksonville SO

SULLIVAN,J,S

WRIGHT

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:06

0.081Control Test 06:06

0.000Air Blank 06:07

# 1 0.000Subject Sample 06:08

1.722Breath Volume 06:08

0.000Air Blank 06:09

0.000Air Blank 06:11

# 2 0.000Subject Sample 06:11

1.382Breath Volume 06:11

0.000Air Blank 06:12

0.079Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:13

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:5601/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

01:49

Jacksonville Beach

DURGUTOVIC,I

05/05/2024

07622080A3

Jacksonville Beach

SULLIVAN,J,S

THOMPSON

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.081Control Test 04:42

0.000Air Blank 04:43

# 1Subject Sample 04:43 Subject Test Refused

0.000Breath Volume 04:43

0.000Air Blank 04:44

0.081Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:2801/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:25

Jacksonville SO

KEMPF,M

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

DAWERDT

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.083Control Test 05:00

0.000Air Blank 05:00

# 1 0.099Subject Sample 05:01

2.910Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:03

# 2 0.098Subject Sample 05:04

1.343Breath Volume 05:04

0.000Air Blank 05:05

0.082Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:4701/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:05

Jacksonville SO

MOELLER,R

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

MCKENDREE

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.082Control Test 21:01

0.000Air Blank 21:02

# 1Subject Sample 21:02 Subject Test Refused

0.000Breath Volume 21:02

0.000Air Blank 21:02

0.082Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:0301/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

20:17

Jacksonville SO

ULYSSE,S

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

CARRION ESPINOZA

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.083Control Test 22:10

0.000Air Blank 22:11

# 1Subject Sample 22:11 Subject Test Refused

0.000Breath Volume 22:11

0.000Air Blank 22:12

0.082Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:13

Data Download Date/Time: 02/01/2023 14:43

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:1101/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

20:36

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

CRUZ

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.083Control Test 23:18

0.000Air Blank 23:19

# 1Subject Sample 23:19 Subject Test Refused

0.000Breath Volume 23:19

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:2001/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:32

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

STEINMANN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.081Control Test 01:17

0.000Air Blank 01:17

# 1 0.116Subject Sample 01:18

2.804Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.110Subject Sample 01:21

2.562Breath Volume 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4601/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

00:36

Jacksonville SO

BATEH,J

05/05/2024

07622080A3

FHP Troop G

CARMONA-SANCHEZ,R,J

MOORE

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.082Control Test 02:47

0.000Air Blank 02:48

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:48

0.081Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2401/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

22:56

Jacksonville SO

DAMASCENA,A

05/05/2024

07622080A3

Atlantic Beach PD

CARMONA-SANCHEZ,R,J

JONES

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.083Control Test 01:32

0.000Air Blank 01:32

# 1 0.203Subject Sample 01:33

1.800Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.207Subject Sample 01:36

1.320Breath Volume 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:4901/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:00

Jacksonville SO

LUGO,R

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

WHITLOW

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

# 1 0.277Subject Sample 03:32 Volume Not Met

0.195Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.273Subject Sample 03:36

1.812Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 3 0.275Subject Sample 03:39

1.429Breath Volume 03:39

0.000Air Blank 03:40

0.078Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:0401/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:22

02:29

Jacksonville SO

MATTIACE,R

05/05/2024

07622080A3

FHP Troop G

STANFORD,B,R

ELDER

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:43

0.081Control Test 05:44

0.000Air Blank 05:44

# 1Subject Sample 05:44 Subject Test Refused

0.000Breath Volume 05:44

0.000Air Blank 05:45

0.081Control Test 05:45

0.000Air Blank 05:45

OKDiagnostics Check 05:46

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:3601/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

22:09

Jacksonville SO

IEZZI,M

05/05/2024

07622080A3

Jacksonville SO

SULLIVAN,J,S

CORDOVA

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.083Control Test 00:37

0.000Air Blank 00:38

# 1 0.121Subject Sample 00:38

2.847Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.122Subject Sample 00:41

3.230Breath Volume 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:5401/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

19:18

Jacksonville SO

ELDER,B

05/05/2024

07622080A3

FHP Troop G

ROCOURT,NIA-NICOLE,L

HERRERA

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.082Control Test 22:27

0.000Air Blank 22:28

# 1 0.172Subject Sample 22:30

1.523Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.171Subject Sample 22:33

1.113Breath Volume 22:33

0.000Air Blank 22:33

0.078Control Test 22:34

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1701/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

01:05

Jacksonville SO

HILLIER,J

05/05/2024

07622080A3

Jacksonville SO

MEDINA,G,

BIERER

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.082Control Test 03:05

0.000Air Blank 03:05

# 1Subject Sample 03:05 Subject Test Refused

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:2901/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

00:06

Jacksonville SO

HART,A

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

HAYNES

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.081Control Test 02:25

0.000Air Blank 02:25

# 1 0.113Subject Sample 02:26

2.187Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.110Subject Sample 02:29

1.875Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2801/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:36

Jacksonville SO

PETERSON,J

05/05/2024

07622080A3

Jacksonville SO

GRIFFIS,J,T

JACKSON

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.082Control Test 04:04

0.000Air Blank 04:04

# 1Subject Sample 04:05 Subject Test Refused

0.000Breath Volume 04:05

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5601/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

02:40

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

MEDINA,G,

SNOW

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.081Control Test 04:44

0.000Air Blank 04:45

# 1 0.129Subject Sample 04:46

1.511Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.129Subject Sample 04:50

1.527Breath Volume 04:50

0.000Air Blank 04:50

0.078Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:1201/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

17:00

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

GAVAGAN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.083Control Test 20:37

0.000Air Blank 20:37

# 1Subject Sample 20:37 Subject Test Refused

0.000Breath Volume 20:37

0.000Air Blank 20:38

0.081Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:5401/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:05

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

DAVIS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.082Control Test 00:14

0.000Air Blank 00:15

# 1 0.162Subject Sample 00:16

1.781Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.164Subject Sample 00:19

2.078Breath Volume 00:19

0.000Air Blank 00:19

0.082Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:0901/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

23:43

Jacksonville SO

PETERSON,J

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

WILLIAMS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.082Control Test 01:49

0.000Air Blank 01:49

# 1Subject Sample 01:49 Subject Test Refused

0.000Breath Volume 01:49

0.000Air Blank 01:50

0.082Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:4401/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

01:34

Jacksonville SO

TORRES,W

05/05/2024

07622080A3

Neptune Beach PD

BORCHARDT,J,P

HINDS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.083Control Test 03:18

0.000Air Blank 03:18

# 1 0.076Subject Sample 03:20

1.984Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.075Subject Sample 03:23

2.414Breath Volume 03:23

0.000Air Blank 03:23

0.082Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:4801/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

18:40

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

PURVIS,M,C

HUTCHERSON

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:57

0.000Air Blank 20:58

0.083Control Test 20:58

0.000Air Blank 20:59

# 1Subject Sample 20:59 Subject Test Refused

0.000Breath Volume 20:59

0.000Air Blank 20:59

0.082Control Test 21:00

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:2601/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

22:00

Jacksonville SO

MANNI,J

05/05/2024

07622080A3

Atlantic Beach PD

SULLIVAN,J,S

DELKS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.084Control Test 00:30

0.000Air Blank 00:30

# 1 0.183Subject Sample 00:31

1.164Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.184Subject Sample 00:34

1.222Breath Volume 00:34

0.000Air Blank 00:35

0.082Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3501/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

00:18

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

PURVIS,M,C

MACKENZIE SMITH

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.084Control Test 01:58

0.000Air Blank 01:58

# 1 0.141Subject Sample 01:58

1.964Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.141Subject Sample 02:01

1.730Breath Volume 02:01

0.000Air Blank 02:02

0.082Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:2401/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:00

Jacksonville SO

TORRES,W

05/05/2024

07622080A3

Neptune Beach PD

CARMONA-SANCHEZ,R,J

ADAMS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.083Control Test 03:53

0.000Air Blank 03:53

# 1Subject Sample 03:54 Subject Test Refused

0.000Breath Volume 03:54

0.000Air Blank 03:54

0.083Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:0501/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:01

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

MUNGIA GARCIA

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.083Control Test 22:56

0.000Air Blank 22:57

# 1 0.164Subject Sample 22:58

1.214Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.169Subject Sample 23:01

2.132Breath Volume 23:01

0.000Air Blank 23:02

0.083Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:3601/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

00:47

Jacksonville SO

THREADFORD,D

05/05/2024

07622080A3

Jacksonville Beach

CARMONA-SANCHEZ,R,J

OLDHAM

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.083Control Test 04:08

0.000Air Blank 04:09

# 1Subject Sample 04:09 Subject Test Refused

0.000Breath Volume 04:09

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:4501/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:12

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

MULLIGAN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.083Control Test 05:04

0.000Air Blank 05:04

# 1 0.000Subject Sample 05:05

1.371Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.000Subject Sample 05:09

2.273Breath Volume 05:09

0.000Air Blank 05:09

0.082Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:5701/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

17:31

Jacksonville SO

ULYSSE,S

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

SOLOMON

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:52

0.000Air Blank 19:52

0.082Control Test 19:52

0.000Air Blank 19:53

# 1Subject Sample 19:53 Subject Test Refused

0.000Breath Volume 19:53

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 02/01/2023 14:44

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:2801/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

22:31

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

ELLIS

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.082Control Test 00:30

0.000Air Blank 00:31

# 1 0.000Subject Sample 00:31

1.417Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.000Subject Sample 00:35

1.519Breath Volume 00:35

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 02/01/2023 14:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:4101/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:40

Jacksonville SO

LUGO,R

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

ALVARES SILVERIO

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:53

# 1Subject Sample 02:53 Subject Test Refused

0.000Breath Volume 02:53

0.000Air Blank 02:53

0.081Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 02/01/2023 14:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5601/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

01:11

Jacksonville SO

IEZZI,M

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

MOORE

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.082Control Test 03:15

0.000Air Blank 03:16

# 1 0.090Subject Sample 03:17

1.500Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.091Subject Sample 03:20

1.898Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 02/01/2023 14:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1201/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

02:28

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

BLANCO HERNANDEZ

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.082Control Test 04:27

0.000Air Blank 04:27

# 1 0.230Subject Sample 04:28

2.085Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 2 0.224Subject Sample 04:31

1.765Breath Volume 04:31

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 02/01/2023 14:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:4201/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

18:04

Jacksonville SO

FISETTE,J

05/05/2024

07622080A3

Jacksonville SO

PURVIS,M,C

JOHNSON

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.081Control Test 19:38

0.000Air Blank 19:38

# 1 0.000Subject Sample 19:39

1.281Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.000Subject Sample 19:42

1.406Breath Volume 19:42

0.000Air Blank 19:42

0.079Control Test 19:43

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 02/01/2023 14:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:1401/31/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

17:10

Jacksonville SO

PATTERSON,K

05/05/2024

07622080A3

FHP Troop G

BORCHARDT,J,P

HASELDEN

01/12/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:02

0.000Air Blank 20:03

0.083Control Test 20:03

0.000Air Blank 20:04

# 1 0.052Subject Sample 20:04

2.980Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.052Subject Sample 20:07

2.601Breath Volume 20:07

0.000Air Blank 20:08

0.080Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 02/01/2023 14:45

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:4101/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:55

Zephyrhills PD

TOJYAT,CELESTE

07/05/2023

13921080A2

Zephyrhills PD

MALDONADO,SOLOMON,

NEWMAN

12/28/2022

8100.27

ZEPHYRHILLS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:37

0.076Control Test 05:37

0.000Air Blank 05:38

# 1 0.016Subject Sample 05:39

2.207Breath Volume 05:39

0.000Air Blank 05:39

0.000Air Blank 05:41

# 2 0.016Subject Sample 05:42

4.121Breath Volume 05:42

0.000Air Blank 05:42

0.076Control Test 05:43

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 01/30/2023 12:42

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5101/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:47

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

SMALLS

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.225Subject Sample 02:22

1.667Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.224Subject Sample 02:27

2.210Breath Volume 02:27

0.000Air Blank 02:27

0.079Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 01/11/2023 11:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:1401/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:32

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

GROOMS

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

# 1 0.167Subject Sample 03:17

2.289Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.161Subject Sample 03:20

2.285Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 01/11/2023 11:30

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4301/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:41

Largo PD

CLARK,RYAN

11/05/2023

23621080A2

Largo PD

CLARK,RYAN,N

PEREZ

12/01/2022

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:21

0.080Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 01/11/2023 11:31

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:0301/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:02

FHP Troop C

HERNANDEZ,ALAIN

06/05/2023

11821080A2

FHP Troop C

HERNANDEZ,ALAIN,

AAKARAM

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.082Control Test 01:49

0.000Air Blank 01:50

# 1 0.158Subject Sample 01:51

2.027Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.162Subject Sample 01:55

1.285Breath Volume 01:55

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:57

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:07:3501/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:26

06:54

Pasco County SO

JONES,C

06/05/2023

11821080A2

Pasco County SO

POLANCO,J,

DONOGHUE

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:01

0.000Air Blank 08:01

0.081Control Test 08:01

0.000Air Blank 08:02

# 1 0.249Subject Sample 08:02

1.750Breath Volume 08:02

0.000Air Blank 08:03

0.000Air Blank 08:05

# 2 0.243Subject Sample 08:05

2.558Breath Volume 08:05

0.000Air Blank 08:06

0.080Control Test 08:06

0.000Air Blank 08:07

OKDiagnostics Check 08:07

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1001/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:33

FHP Troop C

KISTLER,WILLIAM

06/05/2023

11821080A2

FHP Troop C

KISTLER,WILLIAM,E

SMITH

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

Air Blank 02:29 RFI Detect

0.000Air Blank 02:30

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0501/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:11

FHP Troop C

HERNANDEZ,ALAIN

06/05/2023

11821080A2

FHP Troop C

HERNANDEZ,ALAIN,

THOMPSON

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.081Control Test 04:03

0.000Air Blank 04:04

# 1 0.146Subject Sample 04:05

2.277Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.143Subject Sample 04:08

2.230Breath Volume 04:08

0.000Air Blank 04:08

0.081Control Test 04:09

Air Blank 04:09 RFI Detect

0.000Air Blank 04:10

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3001/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:11

FHP Troop C

HERNANDEZ,ALAIN

06/05/2023

11821080A2

FHP Troop C

HERNANDEZ,ALAIN,

THOMPSON

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.082Control Test 04:13

0.000Air Blank 04:13

# 1 0.126Subject Sample 04:14

1.421Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.125Subject Sample 04:16

1.699Breath Volume 04:16

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:25:5701/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:59

12:50

FHP Troop C

SMITH,WILLIAM

06/05/2023

11821080A2

FHP Troop C

SMITH,WILLIAM,T

REGA

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:19

0.000Air Blank 14:20

0.081Control Test 14:20

0.000Air Blank 14:20

# 1 0.130Subject Sample 14:21

1.359Breath Volume 14:21

0.000Air Blank 14:22

0.000Air Blank 14:24

# 2 0.129Subject Sample 14:24

1.386Breath Volume 14:24

0.000Air Blank 14:25

0.081Control Test 14:25

0.000Air Blank 14:25

OKDiagnostics Check 14:25

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:5401/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:02

Pasco County SO

FIVECOAT,JUSTIN

06/05/2023

11821080A2

Pasco County SO

FLINT,KILIAN,A

LANGHAM

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.081Control Test 19:02

0.000Air Blank 19:02

# 1 0.145Subject Sample 19:03

3.000Breath Volume 19:03

0.000Air Blank 19:04

0.000Air Blank 19:05

# 2 0.144Subject Sample 19:06

3.011Breath Volume 19:06

0.000Air Blank 19:06

0.080Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:2101/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:17

Pasco County SO

COLLINS,THOMAS

06/05/2023

11821080A2

Pasco County SO

COLLINS,THOMAS,J

MILTON

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:34

# 1 0.081Subject Sample 04:36

1.652Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.083Subject Sample 04:39

1.195Breath Volume 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:4501/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:22

Pasco County SO

COLLINS,THOMAS

06/05/2023

11821080A2

Pasco County SO

COLLINS,THOMAS,J

SPARTICHINO

12/03/2022

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.082Control Test 23:16

0.000Air Blank 23:16

# 1 0.022Subject Sample 23:18

1.304Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.021Subject Sample 23:21

2.085Breath Volume 23:21

0.000Air Blank 23:21

0.083Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 01/16/2023 10:09

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:3501/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:21

05:25

Jacksonville SO

WICK,A

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

LUX MORALES

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:41

0.000Air Blank 06:41

0.081Control Test 06:42

0.000Air Blank 06:42

# 1 0.172Subject Sample 06:43

1.253Breath Volume 06:43

0.000Air Blank 06:43

0.000Air Blank 06:45

# 2 0.170Subject Sample 06:46

1.195Breath Volume 06:46

0.000Air Blank 06:46

0.080Control Test 06:46

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 01/12/2023 15:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:43:0201/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:09

08:18

Jacksonville SO

HAWES,T

05/05/2024

07622080A3

Jacksonville Beach

HALE,J,K

BRAY

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:29

0.000Air Blank 10:30

0.080Control Test 10:30

0.000Air Blank 10:31

# 1Subject Sample 10:34 No Sample Provided

0.000Breath Volume 10:34

0.000Air Blank 10:34

0.000Air Blank 10:36

# 2 0.275Subject Sample 10:37

3.761Breath Volume 10:37

0.000Air Blank 10:38

0.000Air Blank 10:40

# 3 0.260Subject Sample 10:41

3.519Breath Volume 10:41

0.000Air Blank 10:42

0.080Control Test 10:42

0.000Air Blank 10:42

OKDiagnostics Check 10:43

Data Download Date/Time: 01/12/2023 15:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:28:3301/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

06:30

Jacksonville SO

DONALDSON,K

05/05/2024

07622080A3

Jacksonville SO

HOLIDAY,E,C

KINGSTON

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:21

0.000Air Blank 11:21

0.080Control Test 11:21

0.000Air Blank 11:22

# 1 0.042Subject Sample 11:23

1.875Breath Volume 11:23

0.000Air Blank 11:23

0.000Air Blank 11:25

# 2 0.040Subject Sample 11:27

1.511Breath Volume 11:27

0.000Air Blank 11:27

0.081Control Test 11:27

0.000Air Blank 11:28

OKDiagnostics Check 11:28

Data Download Date/Time: 01/12/2023 15:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:3201/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

03:33

Jacksonville SO

SMITH,M

05/05/2024

07622080A3

FHP Troop G

\,NIA-NICOLE,L

WILLIAMS

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:26

0.000Air Blank 05:27

0.082Control Test 05:27

0.000Air Blank 05:28

# 1Subject Sample 05:29 Subject Test Refused

0.000Breath Volume 05:29

0.000Air Blank 05:29

0.082Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 01/12/2023 15:34

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:2901/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:48

Jacksonville SO

HENDRICKSON,J

05/05/2024

07622080A3

Jacksonville SO

CARMONA-SANCHEZ,R,J

MCQUAIN

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

# 1 0.155Subject Sample 04:51

2.105Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.147Subject Sample 04:55

1.304Breath Volume 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 01/12/2023 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:2001/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

21:43

Jacksonville SO

KEEN,C

05/05/2024

07622080A3

Jacksonville Beach

BORCHARDT,J,P

FREITAS

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:17

# 1 0.151Subject Sample 23:17

2.300Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.151Subject Sample 23:20

2.648Breath Volume 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 01/12/2023 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4401/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

02:35

FHP Troop G

PATTERSON,K

05/05/2024

07622080A3

FHP Troop G

TROTIER,PAUL,F

LINDSEY

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.081Control Test 04:52

0.000Air Blank 04:52

# 1Subject Sample 04:53 Subject Test Refused

0.000Breath Volume 04:53

0.000Air Blank 04:53

0.082Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 01/12/2023 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:1501/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:15

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

PURVIS,M,C

KILPATRICK

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

# 1 0.172Subject Sample 01:10

1.824Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.170Subject Sample 01:13

2.003Breath Volume 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 01/12/2023 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:0301/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:14

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

GUADRON PAZ

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:46

# 1 0.000Subject Sample 01:47

2.089Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.000Subject Sample 01:50

1.851Breath Volume 01:50

0.000Air Blank 01:51

0.082Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:52

Data Download Date/Time: 01/12/2023 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1501/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

00:45

Jacksonville SO

KLING,D

05/05/2024

07622080A3

Jacksonville Beach

STANFORD,B,R

TUGGLE

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.082Control Test 03:15

0.000Air Blank 03:15

# 1Subject Sample 03:15 Subject Test Refused

0.000Breath Volume 03:15

0.000Air Blank 03:16

0.082Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 01/12/2023 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2301/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:40

Jacksonville SO

LUGO,R

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

HERNANDEZ PEREZ

12/28/2022

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

# 1 0.210Subject Sample 03:53

2.011Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.215Subject Sample 03:56

1.406Breath Volume 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 01/12/2023 15:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:03:0101/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:35

12:34

FHP Troop A

ABRAHAM,ERIC

04/21/2024

1482048

FHP Troop A

ABRAHAM,ERIC,D

THIBODEAUX

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:56

0.000Air Blank 12:56

0.080Control Test 12:56

0.000Air Blank 12:57

# 1 0.352Subject Sample 12:58

2.328Breath Volume 12:58

0.000Air Blank 12:58

0.000Air Blank 13:00

# 2 0.350Subject Sample 13:01

2.601Breath Volume 13:01

0.000Air Blank 13:02

0.080Control Test 13:02

0.000Air Blank 13:02

OKDiagnostics Check 13:03

Data Download Date/Time: 01/09/2023 07:52

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:26:4001/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:55

12:17

FHP Troop D

ACQUAFREDDA,ANTHONY

02/10/2025

402357111

FHP Troop D

ACQUAFREDDA,ANTHONY,J

ASHLEY

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:20

0.000Air Blank 13:20

0.082Control Test 13:21

0.000Air Blank 13:21

# 1 0.271Subject Sample 13:22

1.167Breath Volume 13:22

0.000Air Blank 13:22

0.000Air Blank 13:24

# 2 0.256Subject Sample 13:25

2.480Breath Volume 13:25

0.000Air Blank 13:25

0.081Control Test 13:26

0.000Air Blank 13:26

OKDiagnostics Check 13:26

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:2901/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

19:15

FHP Troop D

PROVENCHER,JOSHUA

02/10/2025

402357111

FHP Troop D

PROVENCHER,JOSHUA,D

THOMPSON

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.082Control Test 20:50

0.000Air Blank 20:51

# 1 0.154Subject Sample 20:51

1.347Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.154Subject Sample 20:54

1.449Breath Volume 20:54

0.000Air Blank 20:55

0.082Control Test 20:55

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:5801/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:36

FHP Troop D

NETTLES,JONATHAN

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

HENRY

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.082Control Test 04:27

0.000Air Blank 04:28

# 1Subject Sample 04:29 RFI Detect

0.000Breath Volume 04:29

0.000Air Blank 04:30

0.083Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4601/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:36

FHP Troop D

NETTLES,JONATHAN

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

HENRY

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.082Control Test 04:35

Air Blank 04:35 Sequence Aborted

0.000Air Blank 04:35

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:0901/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:36

FHP Troop D

NETTLES,JONATHAN

02/10/2025

402357111

FHP Troop D

WIGGINS,TYLER,D

HENRY

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.082Control Test 04:41

0.000Air Blank 04:42

# 1 0.145Subject Sample 04:43

1.347Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.142Subject Sample 04:47

1.417Breath Volume 04:47

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:48:5901/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:11

14:59

FHP Troop D

WHITFIELD,CIARA

02/10/2025

402357111

FHP Troop D

WHITFIELD,CIARA,M

JACKSON

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:41

0.000Air Blank 15:42

0.079Control Test 15:42

0.000Air Blank 15:43

# 1 0.255Subject Sample 15:43

1.617Breath Volume 15:43

0.000Air Blank 15:44

0.000Air Blank 15:45

# 2 0.247Subject Sample 15:47

2.050Breath Volume 15:47

0.000Air Blank 15:48

0.079Control Test 15:48

0.000Air Blank 15:48

OKDiagnostics Check 15:48

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:2101/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:59

FHP Troop D

PHIPPS,RYAN

02/10/2025

402357111

FHP Troop D

PHIPPS,RYAN,L

MONTESINOS

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:03

0.082Control Test 21:04

0.000Air Blank 21:04

# 1 0.158Subject Sample 21:07 Volume Not Met

0.363Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.170Subject Sample 21:10

2.097Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 3 0.182Subject Sample 21:13

3.019Breath Volume 21:13

0.000Air Blank 21:14

0.081Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:39:1901/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:10

13:22

FHP Troop D

SMITH,JAMES

02/10/2025

402357111

FHP Troop D

MACK,SHAWN,A

MOORE

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:33

0.000Air Blank 14:33

0.080Control Test 14:33

0.000Air Blank 14:34

# 1 0.207Subject Sample 14:34

1.433Breath Volume 14:34

0.000Air Blank 14:35

0.000Air Blank 14:37

# 2 0.194Subject Sample 14:37

1.589Breath Volume 14:37

0.000Air Blank 14:38

0.082Control Test 14:38

0.000Air Blank 14:39

OKDiagnostics Check 14:39

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:4001/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

20:02

FHP Troop D

PROVENCHER,JOSHUA

02/10/2025

402357111

FHP Troop D

PROVENCHER,JOSHUA,D

AKINS

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.082Control Test 20:41

0.000Air Blank 20:41

# 1 0.000Subject Sample 20:43

1.582Breath Volume 20:43

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.000Subject Sample 20:46

1.675Breath Volume 20:46

0.000Air Blank 20:46

0.082Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:2301/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:35

FHP Troop D

PROVENCHER,JOSHUA

02/10/2025

402357111

FHP Troop D

PROVENCHER,JOSHUA,D

WITHROW

12/06/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.082Control Test 23:03

0.000Air Blank 23:04

# 1 0.113Subject Sample 23:05

1.195Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.115Subject Sample 23:08

1.367Breath Volume 23:08

0.000Air Blank 23:09

0.081Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 01/30/2023 00:57

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001116CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:5901/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:22

Eglin AFB PD

JOHNSTON,SHANE

02/25/2023

1283438

Eglin AFB PD

GOULD,LOGAN,E

WEAVER

12/26/2022

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:57

# 1 0.065Subject Sample 01:59

3.019Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.056Subject Sample 02:02

2.011Breath Volume 02:02

0.000Air Blank 02:03

0.077Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 01/23/2023 08:18

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001118CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:3401/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:44

FHP Troop A

DANIELS,GARY

01/20/2025

402328118

FHP Troop A

DANIELS,GARY,E

WINGHAM

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:31

# 1 0.044Subject Sample 20:31

4.042Breath Volume 20:31

Air Blank 20:32 RFI Detect

0.000Air Blank 20:32

0.083Control Test 20:32

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 01/25/2023 11:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001118CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:3901/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:44

FHP Troop A

DANIELS,GARY

01/20/2025

402328118

FHP Troop A

DANIELS,GARY,E

WIMGHAM

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.082Control Test 20:38

0.000Air Blank 20:38

# 1 0.043Subject Sample 20:39

4.117Breath Volume 20:39

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.043Subject Sample 20:42

3.750Breath Volume 20:42

0.000Air Blank 20:42

0.082Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 01/25/2023 11:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001118CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:0901/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

17:00

16:00

Calhoun County SO

LEE,MICHAEL

01/20/2025

402328118

Calhoun County SO

LEE,MICHAEL,D

JACKSON

12/01/2022

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:51

0.000Air Blank 17:51

0.081Control Test 17:51

0.000Air Blank 17:52

# 1 0.000Subject Sample 17:52

3.316Breath Volume 17:52

0.000Air Blank 17:53

0.000Air Blank 17:55

# 2 0.000Subject Sample 17:55

2.492Breath Volume 17:55

0.000Air Blank 17:56

0.080Control Test 17:56

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 01/25/2023 11:26

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:5601/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:09

FHP TROOP K

QUINONES,AMAURY

08/03/2023

1356262

FHP TROOP K

QUINONES,AMAURY,A

SAMOUR

12/01/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.082Control Test 01:18

0.000Air Blank 01:19

# 1Subject Sample 01:19 Subject Test Refused

0.000Breath Volume 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 02/01/2023 18:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:1801/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:43

FHP TROOP K

GOMEZ,SLOANE

08/03/2023

1356262

FHP TROOP K

GOMEZ,SLOANE,

PRINZ

12/01/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.082Control Test 04:27

0.000Air Blank 04:28

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:29

0.082Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 02/01/2023 18:24

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:1901/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

21:30

FHP TROOP K

VAZQUEZ,CHARLES

08/03/2023

1356262

FHP TROOP K

REYES,LEONARDO,J

FLEITES FARINAS

12/01/2022

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.083Control Test 00:33

0.000Air Blank 00:34

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:35

0.083Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 02/01/2023 18:25

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:1701/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:23

Polk County SO

HURT,SHAUGHN

08/05/2024

15922080A3

Polk County SO

COLON,JOLNETH,B

CRUZ-TOVAR

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

# 1 0.201Subject Sample 01:31

1.246Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.201Subject Sample 01:34

1.742Breath Volume 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:3001/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:15

FHP Troop C

RITCHIE,SHELBY

08/05/2024

15922080A3

FHP Troop C

RITCHIE,SHELBY,W

ARROYO

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:13

# 1Subject Sample 04:15 Subject Test Refused

0.000Breath Volume 04:15

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:48:0301/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:13

11:26

Polk County SO

PROPST,JOHN

08/05/2024

15922080A3

Polk County SO

PROPST,JOHN,B

HUSSAIN

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:41

0.000Air Blank 12:42

0.080Control Test 12:42

0.000Air Blank 12:43

# 1 0.174Subject Sample 12:43

2.132Breath Volume 12:43

0.000Air Blank 12:44

0.000Air Blank 12:46

# 2 0.164Subject Sample 12:46

1.410Breath Volume 12:46

0.000Air Blank 12:47

0.080Control Test 12:47

0.000Air Blank 12:47

OKDiagnostics Check 12:48

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:1701/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

19:43

Polk County SO

HODGES,MARCO

08/05/2024

15922080A3

Polk County SO

HODGES,MARCO,A

PFEIFFER

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.079Control Test 21:25

0.000Air Blank 21:25

# 1 0.211Subject Sample 21:26

1.250Breath Volume 21:26

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2Subject Sample 21:31 No Sample Provided

0.000Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 3 0.221Subject Sample 21:34

2.917Breath Volume 21:34

0.000Air Blank 21:35

0.078Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2001/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:15

Polk County SO

REYNOSO,DAVID

08/05/2024

15922080A3

Polk County SO

REYNOSO,DAVID,A

RIVAS

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.080Control Test 22:37

0.000Air Blank 22:37

# 1 0.292Subject Sample 22:39

1.835Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.294Subject Sample 22:42

1.496Breath Volume 22:42

0.000Air Blank 22:43

0.077Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2901/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:47

Polk County SO

PAYNE,ABIGAIL

08/05/2024

15922080A3

Polk County SO

PAYNE,ABIGAIL,D

MOSS

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

# 1 0.000Subject Sample 01:55 Volume Not Met

0.113Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.000Subject Sample 02:01 Volume Not Met

0.906Breath Volume 02:01

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4901/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:20

Polk County SO

BLACKMAN,GERIG

08/05/2024

15922080A3

Polk County SO

BLACKMAN,GERIG,A

FISHER

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.167Subject Sample 03:23

1.105Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:25

# 2 0.155Subject Sample 03:29 Volume Not Met

0.734Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 3 0.158Subject Sample 03:32

1.410Breath Volume 03:32

0.000Air Blank 03:32

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:5801/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:12

Polk County SO

PROPST,JOHN

08/05/2024

15922080A3

Polk County SO

PROPST,JOHN,B

DAVIS

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:13

# 1 0.193Subject Sample 02:16

1.496Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.197Subject Sample 02:21

1.406Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:5401/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:56

Polk County SO

PAYNE,ABIGAIL

08/05/2024

15922080A3

Polk County SO

PAYNE,ABIGAIL,D

KOSAR

12/06/2022

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1 0.163Subject Sample 00:59

1.210Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.169Subject Sample 01:03

1.320Breath Volume 01:03

0.000Air Blank 01:04

0.081Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 01/10/2023 12:21

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:4801/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

22:09

Putnam County SO

DRUMMOND,ALEX

12/05/2023

28021080A2

Putnam County SO

PLEIMAN,ERIC,M

WARREN

12/25/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.140Subject Sample 22:32

2.566Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.142Subject Sample 22:35

1.296Breath Volume 22:35

0.000Air Blank 22:35

0.079Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 01/23/2023 08:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:3901/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:17

Putnam County SO

DRUMMOND,ALEX

12/05/2023

28021080A2

Putnam County SO

TRABER,KIMBERLY,L

COOK

12/25/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:03

# 1Subject Sample 05:05 Subject Test Refused

0.000Breath Volume 05:05

0.000Air Blank 05:05

0.079Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 01/23/2023 08:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:0001/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:39

05:16

Putnam County SO

DRUMMOND,ALEX

12/05/2023

28021080A2

Putnam County SO

BRYANT,BRANDEN,J

OWEN

12/25/2022

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.081Control Test 06:00

0.000Air Blank 06:01

# 1 0.106Subject Sample 06:01

1.910Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.094Subject Sample 06:05

2.054Breath Volume 06:05

0.000Air Blank 06:06

0.080Control Test 06:06

0.000Air Blank 06:06

OKDiagnostics Check 06:07

Data Download Date/Time: 01/23/2023 08:35

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5001/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:47

Volusia County SO

MALETTO,NICHOLAS

03/25/2025

402397742

Volusia County SO

MALETTO,NICHOLAS,R

MORALES PEREZ

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

0.000Air Blank 03:32

# 1 0.180Subject Sample 03:32

1.984Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.173Subject Sample 03:35

2.207Breath Volume 03:35

0.000Air Blank 03:35

0.078Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 01/23/2023 13:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:1001/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:31

Volusia County SO

KING,TIFFANY

03/25/2025

402397742

Volusia County SO

STONE,JIMMIE,N

RUSSELL

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.078Control Test 03:08

0.000Air Blank 03:08

# 1 0.000Subject Sample 03:09

1.136Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.000Subject Sample 03:12

1.410Breath Volume 03:12

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 01/23/2023 13:06

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4601/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

02:32

Volusia County SO

MALETTO,NICHOLAS

03/25/2025

402397742

Volusia County SO

MALETTO,NICHOLAS,R

WHITTAKER

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1 0.147Subject Sample 04:00

1.234Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.155Subject Sample 04:03

1.375Breath Volume 04:03

0.000Air Blank 04:03

0.078Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 01/23/2023 13:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:0701/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:39

16:30

Volusia County SO

STUBBLEFIELD,KLETUS

03/25/2025

402397742

Volusia County SO

HILL,CAMRYN,R

NORRIS

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:04

0.000Air Blank 17:04

0.079Control Test 17:05

0.000Air Blank 17:05

# 1 0.000Subject Sample 17:08

2.632Breath Volume 17:08

0.000Air Blank 17:08

0.000Air Blank 17:10

# 2 0.000Subject Sample 17:11

1.726Breath Volume 17:11

0.000Air Blank 17:12

0.078Control Test 17:12

0.000Air Blank 17:13

OKDiagnostics Check 17:13

Data Download Date/Time: 01/23/2023 13:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:2601/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:44

Volusia County SO

MALETTO,NICHOLAS

03/25/2025

402397742

Volusia County SO

MALETTO,NICHOLAS,R

BUSH

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.078Control Test 00:15

0.000Air Blank 00:15

# 1 0.173Subject Sample 00:16

2.121Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.168Subject Sample 00:18

2.941Breath Volume 00:18

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 01/23/2023 13:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1001/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:31

Volusia County SO

MALETTO,NICHOLAS

03/25/2025

402397742

Volusia County SO

MORGAN,MICHAEL,B

KRASOWSKI

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.078Control Test 03:37

0.000Air Blank 03:38

# 1 0.079Subject Sample 03:38

1.812Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.079Subject Sample 03:41

1.546Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 01/23/2023 13:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1601/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:00

Volusia County SO

WOODIN,STEPHEN

03/25/2025

402397742

Volusia County SO

MORGAN,MICHAEL,B

THOMAS

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:14

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 01/23/2023 13:07

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:1601/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:37

Volusia County SO

MALETTO,NICHOLAS

03/25/2025

402397742

Volusia County SO

MALETTO,NICHOLAS,R

DEJESUS

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

# 1 0.129Subject Sample 21:30

1.625Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.132Subject Sample 21:33

2.019Breath Volume 21:33

0.000Air Blank 21:34

0.078Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 01/23/2023 13:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:3101/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:54

Volusia County SO

MORGAN,MICHAEL

03/25/2025

402397742

Volusia County SO

MORGAN,MICHAEL,B

SCAGGS

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:45

# 1 0.036Subject Sample 23:46

2.058Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.035Subject Sample 23:49

1.347Breath Volume 23:49

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 01/23/2023 13:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:2301/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:24

Volusia County SO

MALETTO,NICHOLAS

03/25/2025

402397742

Volusia County SO

MALETTO,NICHOLAS,R

YOUNG

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.079Control Test 21:16

0.000Air Blank 21:16

# 1 0.186Subject Sample 21:17

1.917Breath Volume 21:17

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.186Subject Sample 21:19

1.832Breath Volume 21:19

0.000Air Blank 21:20

0.078Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 01/23/2023 13:08

02 February 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:5301/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

19:47

Volusia County SO

JONES,CALEB

03/25/2025

402397742

Volusia County SO

JONES,CALEB,D

SULLIVAN

12/23/2022

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.079Control Test 20:31

0.000Air Blank 20:31

# 1 0.000Subject Sample 20:31

1.656Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.000Subject Sample 20:34

1.976Breath Volume 20:34

0.000Air Blank 20:35

0.079Control Test 20:35 RFI Detect

Air Blank 20:35 RFI Detect

Data Download Date/Time: 01/23/2023 13:08

02 February 2023

COBRA ©1997-2014 CMI, Inc.


