
80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:4806/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:32

Cocoa PD

GAULDING ID57,E.

11/05/2023

25721080A2

Cocoa PD

BENITEZ-SIFONTES,RAFAEL,A

ANDERSON

06/14/2023

8100.27

COCOA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:20

# 1 0.142Subject Sample 00:21

2.765Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:23

# 2 0.123Subject Sample 00:24

1.816Breath Volume 00:24

0.000Air Blank 00:24

0.080Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 07/14/2023 12:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:1506/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:55

Satellite Beach PD

MCCRANN,SEAN

05/20/2024

1497672

Satellite Beach PD

MCCRANN,SEAN,M

MERRITT

05/21/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.078Control Test 01:40

0.000Air Blank 01:41

# 1 0.183Subject Sample 01:44 Volume Not Met

0.019Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:46

# 2 0.186Subject Sample 01:47

1.636Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:49

# 3 0.174Subject Sample 01:50

1.292Breath Volume 01:50

0.000Air Blank 01:51

0.078Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 06/18/2023 08:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1706/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:25

Satellite Beach PD

ADAMS,R

05/20/2024

1497672

Melbourne PD

GRAHAM,EMMA,

KARNES

05/21/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

# 1 0.158Subject Sample 03:00

2.296Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.154Subject Sample 03:03

2.441Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 06/18/2023 08:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:12:0206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:45

07:13

Satellite Beach PD

SHERWOOD,JOSEPH

05/20/2024

1497672

Satellite Beach PD

ANDERSON,ERIC,G

BYROM

05/21/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:05

0.000Air Blank 09:06

0.078Control Test 09:06

0.000Air Blank 09:06

# 1 0.086Subject Sample 09:07

1.738Breath Volume 09:07

0.000Air Blank 09:08

0.000Air Blank 09:09

# 2 0.071Subject Sample 09:10

1.218Breath Volume 09:10

0.000Air Blank 09:11

0.078Control Test 09:11

0.000Air Blank 09:11

OKDiagnostics Check 09:12

Data Download Date/Time: 06/18/2023 08:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0006/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

00:05

Satellite Beach PD

MOREFIELD,MARCUS

05/20/2024

1497672

Satellite Beach PD

MOREFIELD,MARCUS,G

NRELIA

06/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:36

# 1 0.241Subject Sample 02:40 Volume Not Met

0.015Breath Volume 02:40

0.000Air Blank 02:40

Air Blank 02:42 Ambient Fail

0.000Air Blank 02:43

Data Download Date/Time: 07/20/2023 05:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:0006/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

12:05

Satellite Beach PD

MOREFIELD,MARCUS

05/20/2024

1497672

Satellite Beach PD

MOREFIELD,MARCUS,G

NRELIA

06/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.076Control Test 02:49

0.000Air Blank 02:49

# 1Subject Sample 02:52 No Sample Provided

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.077Subject Sample 02:58 Volume Not Met

0.089Breath Volume 02:58

0.000Air Blank 02:59

0.078Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 03:00

Data Download Date/Time: 07/20/2023 05:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:2506/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

12:05

Satellite Beach PD

MOREFIELD,MARCUS

05/20/2024

1497672

Satellite Beach PD

MORFIELD,MARCUS,G

RNELIA

06/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.072Control Test 03:03 Control Outside Tolerance

0.000Air Blank 03:04

Data Download Date/Time: 07/20/2023 05:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4806/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

12:05

Satellite Beach PD

MOREFIELD,MARCUS

05/20/2024

1497672

Satellite Beach PD

MOREFIELD,MARCUS,G

RNELIA

06/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.073Control Test 03:06 Control Outside Tolerance

0.000Air Blank 03:06

Data Download Date/Time: 07/20/2023 05:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:0106/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

12:05

Satellite Beach PD

MOREFIELD,MARCUS

05/20/2024

1497672

Satellite Beach PD

MOREFIELD,MARCUS,G

RNELIA

06/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.077Control Test 03:09

0.000Air Blank 03:09

# 1Subject Sample 03:10 RFI Detect

0.000Breath Volume 03:10

Air Blank 03:10 Improper Sample

0.000Air Blank 03:11

Data Download Date/Time: 07/20/2023 05:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:0606/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

12:05

Satellite Beach PD

MOREFIELD,MARCUS

05/20/2024

1497672

Satellite Beach PD

MOREFIELD,MARCUS,G

RNELIA

06/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.077Control Test 03:14

0.000Air Blank 03:14

# 1Subject Sample 03:18 No Sample Provided

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.077Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 07/20/2023 05:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:2506/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:43

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

BATES III

05/10/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.079Control Test 21:04

0.000Air Blank 21:04

# 1 0.075Subject Sample 21:05

2.121Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.074Subject Sample 21:08

1.996Breath Volume 21:08

0.000Air Blank 21:09

0.079Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 06/14/2023 11:24

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:3206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:54

Pinellas County SO

PRICE,MICHAEL

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

KELLER

05/10/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:27

# 1Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 06/14/2023 11:24

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:4306/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:38

Indialantic PD

DOVEL,RYAN

11/05/2023

23621080A2

Indialantic PD

DOVEL,RYAN,M

SPLETTER

05/06/2023

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.079Control Test 21:41

0.000Air Blank 21:41

# 1 0.205Subject Sample 21:42

1.578Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.205Subject Sample 21:45

1.281Breath Volume 21:45

0.000Air Blank 21:45

0.079Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 06/17/2023 02:52

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:3006/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:51

Indialantic PD

CLERMONT,ENITH

11/05/2023

23621080A2

Indian Harbour Beach

FOURNIER,TIMOTHY,R

BURNSWORTH

05/06/2023

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

# 1 0.102Subject Sample 03:32

2.378Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.093Subject Sample 03:35

1.324Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 06/17/2023 02:52

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:5206/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

01:59

Brevard County SO

DIFALCO,MATTHEW

01/05/2025

33922080A1

Brevard County SO

NEILL,MICHAEL,A

RIOS

05/13/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.081Control Test 03:48

0.000Air Blank 03:48

# 1 0.183Subject Sample 03:49

1.566Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.173Subject Sample 03:53

2.070Breath Volume 03:53

0.000Air Blank 03:53

0.082Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 06/11/2023 04:10

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:2606/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:11

Brevard County SO

NEILL,MICHAEL

01/05/2025

33922080A1

Brevard County SO

NEILL,MICHAEL,A

MCNEELY

05/13/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.082Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 06/11/2023 04:10

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:29:5506/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:33

West Melbourne PD

GOETSCH,N

01/05/2025

33922080A1

Melbourne PD

LEONARD,B,

CONNER

06/10/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:20

0.000Air Blank 18:21

0.081Control Test 18:21

0.000Air Blank 18:22

# 1 0.268Subject Sample 18:23

2.000Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:25

# 2 0.264Subject Sample 18:27

1.929Breath Volume 18:27

0.000Air Blank 18:28

0.077Control Test 18:29

0.000Air Blank 18:29

OKDiagnostics Check 18:29

Data Download Date/Time: 07/08/2023 07:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0506/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:07

Melbourne PD

DIAZ,YENNIS

01/05/2025

33922080A1

Melbourne PD

VAZQUEZ,ANDREW,

LEDIARD

06/10/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

# 1 0.008Subject Sample 01:01

2.347Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.007Subject Sample 01:04

1.792Breath Volume 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 07/08/2023 07:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:3206/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

20:05

West Melbourne PD

FAHY,B

01/05/2025

33922080A1

Melbourne PD

LEONARD,B,

DISINGER

06/10/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.079Control Test 21:14

0.000Air Blank 21:14

# 1 0.247Subject Sample 21:14

2.074Breath Volume 21:14

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.249Subject Sample 21:17

1.562Breath Volume 21:17

0.000Air Blank 21:18

0.077Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 07/08/2023 07:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:2306/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:52

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

DANGUILLECOURT

05/25/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1 0.000Subject Sample 21:00

1.675Breath Volume 21:00

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.000Subject Sample 21:03

2.085Breath Volume 21:03

0.000Air Blank 21:04

0.079Control Test 21:04

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 06/28/2023 09:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:51:0806/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:20

08:35

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

HOPE

05/25/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:45

0.000Air Blank 09:45

0.079Control Test 09:45

0.000Air Blank 09:46

# 1 0.000Subject Sample 09:46

1.382Breath Volume 09:46

0.000Air Blank 09:47

0.000Air Blank 09:49

# 2 0.000Subject Sample 09:49

1.417Breath Volume 09:49

0.000Air Blank 09:50

0.079Control Test 09:50

0.000Air Blank 09:51

OKDiagnostics Check 09:51

Data Download Date/Time: 06/28/2023 09:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1106/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:37

BREVARD COUNTY SO

SCHUCK,KYLE

11/05/2023

25721080A2

BREVARD COUNTY SO

VILLACRES,NICHOLAS,J

BYRD

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:30

# 1 0.000Subject Sample 03:30

2.351Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.000Subject Sample 03:33

1.753Breath Volume 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 06/28/2023 09:26

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:0206/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:26

FHP TROOP D

PENA,MARRISA

11/05/2023

25721080A2

FHP TROOP D

PROVENCHER,JOSHUA,D

MALDONADO SALES

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:30

0.000Air Blank 19:30

0.081Control Test 19:30

0.000Air Blank 19:31

# 1 0.255Subject Sample 19:32

1.890Breath Volume 19:32

0.000Air Blank 19:32

0.000Air Blank 19:34

# 2 0.256Subject Sample 19:35

1.777Breath Volume 19:35

0.000Air Blank 19:36

0.081Control Test 19:36

0.000Air Blank 19:36

OKDiagnostics Check 19:37

Data Download Date/Time: 06/28/2023 09:26

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:59:1206/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

07:42

BREVARD COUNTY SO

RAMIREZ,ELIAS

11/05/2023

25721080A2

BREVARD COUNTY SO

LEWIS,JASON,E

FARINELLA

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:52

0.000Air Blank 08:52

0.081Control Test 08:53

0.000Air Blank 08:53

# 1 0.246Subject Sample 08:54

2.140Breath Volume 08:54

0.000Air Blank 08:55

0.000Air Blank 08:56

# 2 0.236Subject Sample 08:57

1.871Breath Volume 08:57

0.000Air Blank 08:58

0.080Control Test 08:58

0.000Air Blank 08:59

OKDiagnostics Check 08:59

Data Download Date/Time: 06/28/2023 09:26

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:47:2506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:00

06:47

BREVARD COUNTY SO

YOUSSEF,ANDREW

11/05/2023

25721080A2

BREVARD COUNTY SO

LEWIS,JASON,E

EICKHOFF

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:39

0.000Air Blank 09:40

0.081Control Test 09:40

0.000Air Blank 09:40

# 1 0.000Subject Sample 09:42

1.800Breath Volume 09:42

0.000Air Blank 09:42

0.000Air Blank 09:44

# 2 0.000Subject Sample 09:46

2.308Breath Volume 09:46

0.000Air Blank 09:46

0.081Control Test 09:46

0.000Air Blank 09:47

OKDiagnostics Check 09:47

Data Download Date/Time: 06/28/2023 09:26

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:2906/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:20

BREVARD COUNTY SO

NUNEZ,ANTHONY

11/05/2023

25721080A2

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA,L

GONZALEZ

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

# 1Subject Sample 22:25 No Sample Provided

0.000Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2Subject Sample 22:30 Subject Test Refused

0.000Breath Volume 22:30

0.000Air Blank 22:30

0.081Control Test 22:30

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 06/28/2023 09:26

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:0006/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

22:03

BREVARD COUNTY SO

NUNEZ,ANTHONY

11/05/2023

25721080A2

BREVARD COUNTY SO

BACHELLER,ALEXANDRIA,L

THOMPSON

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.082Control Test 22:46

0.000Air Blank 22:47

# 1 0.000Subject Sample 22:47

2.046Breath Volume 22:47

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.000Subject Sample 22:50

2.007Breath Volume 22:50

0.000Air Blank 22:51

0.081Control Test 22:51

0.000Air Blank 22:51

OKDiagnostics Check 22:52

Data Download Date/Time: 06/28/2023 09:26

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:22:3306/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:50

08:09

BREVARD COUNTY SO

MORIARTY,RORY

11/05/2023

25721080A2

BREVARD COUNTY SO

BRATSCH,CASEY,R

HEITZ-CANALES

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:19

0.000Air Blank 09:19

0.081Control Test 09:20

0.000Air Blank 09:20

# 1Subject Sample 09:21 Subject Test Refused

0.000Breath Volume 09:21

0.000Air Blank 09:21

0.080Control Test 09:21

0.000Air Blank 09:22

OKDiagnostics Check 09:22

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:50:5006/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:17

09:17

FHP TROOP D

HILL,CHARLES

11/05/2023

25721080A2

BREVARD COUNTY SO

HITCHCOCK,WILLIAM,D

WILSON

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:44

0.000Air Blank 11:45

0.080Control Test 11:45

0.000Air Blank 11:46

# 1 0.000Subject Sample 11:46

2.320Breath Volume 11:46

0.000Air Blank 11:47

0.000Air Blank 11:49

# 2 0.000Subject Sample 11:49

1.390Breath Volume 11:49

0.000Air Blank 11:49

0.081Control Test 11:50

0.000Air Blank 11:50

OKDiagnostics Check 11:50

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:3706/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:17

14:42

FHP TROOP D

NETTLES,JONATHAN

11/05/2023

25721080A2

FHP TROOP D

NETTLES,JONATHAN,K

KESNER

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:38

0.000Air Blank 15:38

0.081Control Test 15:38

0.000Air Blank 15:39

# 1 0.321Subject Sample 15:39

2.855Breath Volume 15:39

0.000Air Blank 15:40

0.000Air Blank 15:42

# 2 0.315Subject Sample 15:43

2.609Breath Volume 15:43

0.000Air Blank 15:43

0.078Control Test 15:44

0.000Air Blank 15:44

OKDiagnostics Check 15:44

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0306/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:57

BREVARD COUNTY SO

SCHUCK,KYLE

11/05/2023

25721080A2

BREVARD COUNTY SO

ELLIOTT,NATHANIEL,M

MORGAN

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.033Subject Sample 02:42

1.671Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.033Subject Sample 02:45

2.257Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:47

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:3006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:02

BREVARD COUNTY SO

MARKUNAS,ANDREW

11/05/2023

25721080A2

BREVARD COUNTY SO

TARR,MICHAEL,J

DENNY

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.082Control Test 05:01

0.000Air Blank 05:01

# 1 0.000Subject Sample 05:04 Volume Not Met

0.050Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2Subject Sample 05:09 Subject Test Refused

0.296Breath Volume 05:09

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:05:5606/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:02

10:02

BREVARD COUNTY SO

YOUSSEF,A

11/05/2023

25721080A2

BREVARD COUNTY SO

BIALOBRZESKI,M,

CAROSELLI

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:59

0.000Air Blank 11:00

0.081Control Test 11:00

0.000Air Blank 11:01

# 1 0.117Subject Sample 11:01

2.027Breath Volume 11:01

0.000Air Blank 11:02

0.000Air Blank 11:04

# 2 0.118Subject Sample 11:04

2.234Breath Volume 11:04

0.000Air Blank 11:05

0.081Control Test 11:05

0.000Air Blank 11:05

OKDiagnostics Check 11:05

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:0606/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:05

FHP TROOP D

LOPEZ,GEORGE

11/05/2023

25721080A2

FHP TROOP D

LOPEZ,GEORGE,O

PEREZ RAMIREZ

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.081Control Test 21:48

0.000Air Blank 21:48

# 1 0.226Subject Sample 21:51

1.835Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.222Subject Sample 21:54

1.742Breath Volume 21:54

0.000Air Blank 21:55

0.079Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:3806/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:26

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

EMRICH

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.100Subject Sample 22:12

2.019Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.096Subject Sample 22:16

1.386Breath Volume 22:16

0.000Air Blank 22:16

0.081Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:51

BREVARD COUNTY SO

MARKUNAS,ANDREW

11/05/2023

25721080A2

BREVARD COUNTY SO

LAKEMAN,TAYLOR,J

ADAMS

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.081Control Test 04:24

0.000Air Blank 04:24

# 1 0.131Subject Sample 04:25

1.765Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 2 0.124Subject Sample 04:28

1.359Breath Volume 04:28

0.000Air Blank 04:28

0.081Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:24:1506/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:37

11:37

BREVARD COUNTY SO

ANTHONY,MICHAEL

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

DECKER

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:17

0.000Air Blank 12:18

0.081Control Test 12:18

0.000Air Blank 12:19

# 1 0.013Subject Sample 12:19

3.140Breath Volume 12:19

0.000Air Blank 12:20

0.000Air Blank 12:22

# 2 0.013Subject Sample 12:22

3.625Breath Volume 12:22

0.000Air Blank 12:23

0.082Control Test 12:23

0.000Air Blank 12:24

OKDiagnostics Check 12:24

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:0006/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:36

BREVARD COUNTY SO

FARRAGHER,THOMAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

FREY

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.081Control Test 03:23

0.000Air Blank 03:23

# 1 0.090Subject Sample 03:25

1.714Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.093Subject Sample 03:30

1.164Breath Volume 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:32

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2406/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:05

BREVARD COUNTY SO

ARTUS,W

11/05/2023

25721080A2

BREVARD COUNTY SO

ROGERS,CHRISTINE,A

ROGERS

05/25/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.081Control Test 03:50

0.000Air Blank 03:50

# 1 0.000Subject Sample 03:51

1.113Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.000Subject Sample 03:56

2.101Breath Volume 03:56

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 06/28/2023 09:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:3006/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:42

BREVARD COUNTY SO

GUZMAN,DAVID

11/05/2023

25721080A2

BREVARD COUNTY SO

PATTERSON,TYLER,J

MILLER

06/28/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.113Subject Sample 03:22

3.277Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.105Subject Sample 03:24

3.656Breath Volume 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 07/27/2023 08:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:52:0206/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

14:00

Jacksonville SO

LUGO,R

05/05/2024

07622080A3

Jacksonville SO

GRIFFIN,J,D

WARREN

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:45

0.000Air Blank 15:46

0.078Control Test 15:46

0.000Air Blank 15:47

# 1 0.342Subject Sample 15:47

2.339Breath Volume 15:47

0.000Air Blank 15:48

0.000Air Blank 15:49

# 2 0.328Subject Sample 15:50

2.175Breath Volume 15:50

0.000Air Blank 15:51

0.076Control Test 15:51

0.000Air Blank 15:51

OKDiagnostics Check 15:52

Data Download Date/Time: 06/15/2023 09:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2806/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:25

Jacksonville SO

KLING,D

05/05/2024

07622080A3

Jacksonville Beach

WAY,L,

ALMANZA

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.077Control Test 03:52

0.000Air Blank 03:53

# 1 0.144Subject Sample 03:53

2.160Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.131Subject Sample 03:56

2.011Breath Volume 03:56

0.000Air Blank 03:57

0.077Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 06/15/2023 09:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:0806/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

20:27

Jacksonville Beach

RUSSELL,C

05/05/2024

07622080A3

Jacksonville Beach

TROTIER,PAUL,F

GRADDY

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.077Control Test 22:24

0.000Air Blank 22:25

# 1 0.068Subject Sample 22:25

2.316Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.065Subject Sample 22:28

2.371Breath Volume 22:28

0.000Air Blank 22:29

0.077Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 06/15/2023 09:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:1106/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

21:23

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

SULLIVAN,J,S

BALDWIN

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.077Control Test 00:26

0.000Air Blank 00:26

# 1Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:27

0.078Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 06/15/2023 09:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0306/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

22:28

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

ALLEN

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.077Control Test 01:47

0.000Air Blank 01:47

# 1 0.000Subject Sample 01:49

1.152Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.000Subject Sample 01:52

1.195Breath Volume 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:54

Data Download Date/Time: 06/15/2023 09:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3106/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:15

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

TZOMPAXTLE QUIAHUA

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.077Control Test 03:27

0.000Air Blank 03:28

# 1 0.171Subject Sample 03:28

1.312Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.179Subject Sample 03:31

1.367Breath Volume 03:31

0.000Air Blank 03:32

0.077Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 06/15/2023 09:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:39:0206/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

04:27

Jacksonville SO

CLARK,J

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

GOAR

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:36

0.000Air Blank 06:36

0.077Control Test 06:36

0.000Air Blank 06:37

# 1Subject Sample 06:37 Subject Test Refused

0.000Breath Volume 06:37

0.000Air Blank 06:38

0.078Control Test 06:38

0.000Air Blank 06:38

OKDiagnostics Check 06:39

Data Download Date/Time: 06/15/2023 09:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:3806/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

21:05

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

CAMPBELL

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.078Control Test 23:41

0.000Air Blank 23:41

# 1 0.000Subject Sample 23:42

2.074Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.000Subject Sample 23:45

1.640Breath Volume 23:45

0.000Air Blank 23:45

0.078Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3506/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

22:16

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

ANDRES

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

# 1 0.073Subject Sample 01:07

1.535Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.072Subject Sample 01:09

1.363Breath Volume 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:1106/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

19:09

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

SOTO ROMERO

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.077Control Test 21:22

0.000Air Blank 21:22

# 1 0.188Subject Sample 21:23

1.175Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:25

# 2 0.188Subject Sample 21:26

1.683Breath Volume 21:26

0.000Air Blank 21:27

0.078Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:5406/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

22:40

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

DESCHENES

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.077Control Test 01:29

0.000Air Blank 01:29

# 1 0.199Subject Sample 01:30

1.484Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2 0.185Subject Sample 01:33

1.453Breath Volume 01:33

0.000Air Blank 01:33

0.078Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:0006/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

19:08

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

ALLEN

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.077Control Test 21:21

0.000Air Blank 21:22

# 1Subject Sample 21:22 Subject Test Refused

0.000Breath Volume 21:22

0.000Air Blank 21:23

0.077Control Test 21:23

0.000Air Blank 21:23

OKDiagnostics Check 21:24

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5806/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:57

Jacksonville SO

HITE,E

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

WRIGHT

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.078Control Test 04:21

0.000Air Blank 04:22

# 1 0.109Subject Sample 04:23

1.589Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.106Subject Sample 04:28 Volume Not Met

0.101Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 3 0.110Subject Sample 04:34 Volume Not Met

0.050Breath Volume 04:34

0.000Air Blank 04:34

0.075Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:0906/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

00:41

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

MEDINA,G,

LESTER

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

# 1 0.000Subject Sample 02:30

1.316Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.000Subject Sample 02:33

1.351Breath Volume 02:33

0.000Air Blank 02:34

0.077Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:1206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:31

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

ANDERSON,CONNER,J

FIELDS

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.078Control Test 02:21

0.000Air Blank 02:21

# 1 0.000Subject Sample 02:21

2.433Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.000Subject Sample 02:24

2.781Breath Volume 02:24

0.000Air Blank 02:25

0.078Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:34

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

SULLIVAN,J,S

MARTIN

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.078Control Test 03:40

0.000Air Blank 03:40

# 1 0.156Subject Sample 03:41

1.890Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.164Subject Sample 03:44

1.714Breath Volume 03:44

0.000Air Blank 03:45

0.078Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:3106/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:15

Jacksonville SO

LUGO,R

05/05/2024

07622080A3

Jacksonville SO

CLARIDA,K,M

DENMARK

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:50

0.000Air Blank 17:51

0.077Control Test 17:51

0.000Air Blank 17:51

# 1Subject Sample 17:52 Subject Test Refused

0.000Breath Volume 17:52

0.000Air Blank 17:52

0.077Control Test 17:52

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:1506/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

18:34

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

CLARIDA,K,M

MOLINA

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.078Control Test 20:09

0.000Air Blank 20:09

# 1 0.324Subject Sample 20:10

1.281Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:12

# 2 0.321Subject Sample 20:13

2.730Breath Volume 20:13

0.000Air Blank 20:14

0.077Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:1006/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

21:36

Jacksonville SO

IEZZI,M

05/05/2024

07622080A3

Jacksonville SO

ANDERSON,CONNER,J

SHROPSHIRE JR

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.078Control Test 23:56

0.000Air Blank 23:57

# 2 0.000Subject Sample 23:57

2.175Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.000Subject Sample 00:00

1.914Breath Volume 00:00

0.000Air Blank 00:01

0.078Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:2606/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

22:43

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

ANDERSON,CONNER,J

PREJEAN JR

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.077Control Test 00:47

0.000Air Blank 00:47

# 1 0.152Subject Sample 00:48

1.152Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.155Subject Sample 00:50

1.203Breath Volume 00:50

0.000Air Blank 00:51

0.077Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:0306/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

01:57

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

ABUTAIR

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.077Control Test 04:03

0.000Air Blank 04:03

# 1Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:05

0.078Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:06

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:4806/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

18:16

Jacksonville SO

KEEN,C

05/05/2024

07622080A3

Jacksonville Beach

CLARIDA,K,M

MOON

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:06

0.077Control Test 20:06

0.000Air Blank 20:07

# 1Subject Sample 20:07 Subject Test Refused

0.000Breath Volume 20:07

0.000Air Blank 20:07

0.077Control Test 20:08

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:4106/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:00

Jacksonville SO

IEZZI,M

05/05/2024

07622080A3

Jacksonville SO

ANDERSON,CONNER,J

RAMIREZ

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.078Control Test 22:01

0.000Air Blank 22:02

# 1Subject Sample 22:02 Subject Test Refused

0.000Breath Volume 22:02

0.000Air Blank 22:02

0.078Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0306/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:28

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

ANDERSON,CONNER,J

CARNAHAN

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.078Control Test 02:51

0.000Air Blank 02:52

# 1 0.180Subject Sample 02:52

2.562Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.187Subject Sample 02:55

1.808Breath Volume 02:55

0.000Air Blank 02:56

0.078Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:0406/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:13

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

CLARK

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.077Control Test 04:21

0.000Air Blank 04:22

# 1 0.124Subject Sample 04:24

1.718Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:26

# 2 0.126Subject Sample 04:28

1.582Breath Volume 04:28

0.000Air Blank 04:29

0.077Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:30

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:16:3106/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:37

07:07

Jacksonville SO

MEIERDIERCK,K

05/05/2024

07622080A3

Jacksonville SO

CLARIDA,K,M

CRAWFORD

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:13

0.000Air Blank 10:14

0.078Control Test 10:14

0.000Air Blank 10:14

# 1Subject Sample 10:15 Subject Test Refused

0.000Breath Volume 10:15

0.000Air Blank 10:15

0.078Control Test 10:15

0.000Air Blank 10:16

OKDiagnostics Check 10:16

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1806/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:17

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

ANDERSON,CONNER,J

DILLON

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.078Control Test 02:06

0.000Air Blank 02:06

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2206/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:00

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

BRONNER

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.077Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.077Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:0206/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

03:40

Jacksonville SO

HARRELL,R

05/05/2024

07622080A3

Jacksonville SO

TROTIER,PAUL,F

DAVIS

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:24

0.000Air Blank 05:25

0.078Control Test 05:25

0.000Air Blank 05:25

# 1 0.175Subject Sample 05:26

1.585Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.186Subject Sample 05:29

1.289Breath Volume 05:29

0.000Air Blank 05:30

0.077Control Test 05:30

0.000Air Blank 05:30

OKDiagnostics Check 05:31

Data Download Date/Time: 06/15/2023 09:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:18:3306/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

17:18

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

DOMINGO PASCUAL

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.078Control Test 19:16

0.000Air Blank 19:16

# 1Subject Sample 19:17 Subject Test Refused

0.000Breath Volume 19:17

0.000Air Blank 19:17

0.077Control Test 19:17

0.000Air Blank 19:18

OKDiagnostics Check 19:18

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2706/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:26

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

ELLISON

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

# 1 0.116Subject Sample 03:23

1.617Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.110Subject Sample 03:27

1.167Breath Volume 03:27

0.000Air Blank 03:28

0.077Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4406/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

21:10

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

AGUIRRE

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.078Control Test 01:29

0.000Air Blank 01:30

# 1Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:30

0.078Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:4706/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:31

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

ALEXANDER

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.078Control Test 22:37

0.000Air Blank 22:37

# 1 0.089Subject Sample 22:38

2.039Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.087Subject Sample 22:41

2.281Breath Volume 22:41

0.000Air Blank 22:41

0.078Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:2506/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

20:56

Jacksonville SO

RODRIGUEZ,M

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

BOYLE

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.078Control Test 23:33

0.000Air Blank 23:34

# 1 0.179Subject Sample 23:34

2.898Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.165Subject Sample 23:37

3.109Breath Volume 23:37

0.000Air Blank 23:38

0.078Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:4606/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

23:04

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

LEWIS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.077Control Test 01:12

0.000Air Blank 01:13

# 1 0.067Subject Sample 01:14

1.371Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.070Subject Sample 01:17

2.386Breath Volume 01:17

0.000Air Blank 01:17

0.077Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0806/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

00:00

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

AKINS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.077Control Test 02:39

0.000Air Blank 02:39

# 1 0.000Subject Sample 02:43 Volume Not Met

0.031Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.000Subject Sample 02:48 Volume Not Met

0.390Breath Volume 02:48

0.000Air Blank 02:49

0.077Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:2706/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

02:38

Jacksonville SO

HASSAN,A

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

FALLON

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.078Control Test 04:28

0.000Air Blank 04:28

# 1Subject Sample 04:29 Subject Test Refused

0.000Breath Volume 04:29

0.000Air Blank 04:29

0.077Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:3006/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:28

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

GARCIA TENANGO

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.078Control Test 05:12

0.000Air Blank 05:13

# 1Subject Sample 05:14 Subject Test Refused

0.000Breath Volume 05:14

0.000Air Blank 05:14

0.078Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:3106/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

18:35

Jacksonville SO

JONES,J

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

FANT

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.078Control Test 20:48

0.000Air Blank 20:49

# 1 0.126Subject Sample 20:50

1.503Breath Volume 20:50

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.123Subject Sample 20:52

1.785Breath Volume 20:52

0.000Air Blank 20:53

0.077Control Test 20:53

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:2006/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:11

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

HERNANDEZ RAMIREZ

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:04

# 1 0.172Subject Sample 02:04

2.578Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.170Subject Sample 02:07

2.656Breath Volume 02:07

0.000Air Blank 02:08

0.077Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:0306/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:10

Jacksonville SO

BATEH,J

05/05/2024

07622080A3

FHP Troop G

ANDERSON,CONNER,J

MURPHY

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.078Control Test 23:45

0.000Air Blank 23:46

# 1 0.306Subject Sample 23:47

1.804Breath Volume 23:47

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.286Subject Sample 23:50

1.503Breath Volume 23:50

0.000Air Blank 23:51

0.077Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:52

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4206/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:46

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

GARCIA

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.078Control Test 02:46

0.000Air Blank 02:46

# 1 0.129Subject Sample 02:47

2.269Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.129Subject Sample 02:50

1.652Breath Volume 02:50

0.000Air Blank 02:50

0.078Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:2606/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

04:45

Jacksonville SO

BATEH,J

05/05/2024

07622080A3

FHP Troop G

FRAGOMENI,G,D

PURKETT

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:38

0.078Control Test 06:39

0.000Air Blank 06:39

# 1 0.000Subject Sample 06:40

1.953Breath Volume 06:40

0.000Air Blank 06:40

0.000Air Blank 06:42

# 2 0.000Subject Sample 06:43

1.308Breath Volume 06:43

0.000Air Blank 06:43

0.078Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:0206/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

22:12

Jacksonville SO

RODRIGUEZ,M

05/05/2024

07622080A3

Jacksonville SO

POWELL,EDWARD,A

POWELL

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.078Control Test 00:01

0.000Air Blank 00:02

# 1Subject Sample 00:02 Subject Test Refused

0.000Breath Volume 00:02

0.000Air Blank 00:03

0.078Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:04

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:4506/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:12

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

ROLFZEN

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

# 1 0.124Subject Sample 02:07 Volume Not Met

0.730Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.126Subject Sample 02:11

1.902Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 3 0.130Subject Sample 02:16

1.656Breath Volume 02:16

0.000Air Blank 02:16

0.076Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:34:3306/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:03

15:28

Jacksonville SO

RODRIGUEZ,M

05/05/2024

07622080A3

Jacksonville SO

HALE,J,K

JAMES

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.078Control Test 18:31

0.000Air Blank 18:32

# 1Subject Sample 18:32 Interferent Detect

1.585Breath Volume 18:32

0.000Air Blank 18:33

0.077Control Test 18:33

0.000Air Blank 18:34

OKDiagnostics Check 18:34

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:30:0006/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:01

14:40

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

WARREN,S,B

BOWEN

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:23

0.000Air Blank 16:23

0.078Control Test 16:24

0.000Air Blank 16:24

# 1 0.000Subject Sample 16:25

1.347Breath Volume 16:25

0.000Air Blank 16:26

0.000Air Blank 16:28

# 2 0.000Subject Sample 16:28

1.343Breath Volume 16:28

0.000Air Blank 16:29

0.078Control Test 16:29

0.000Air Blank 16:29

OKDiagnostics Check 16:30

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:3406/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

20:23

Jacksonville SO

HAWKINS,A

05/05/2024

07622080A3

Jacksonville Beach

BORCHARDT,J,P

TURNER

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.077Control Test 23:12

0.000Air Blank 23:12

# 1 0.000Subject Sample 23:13

1.304Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.000Subject Sample 23:16

1.941Breath Volume 23:16

0.000Air Blank 23:16

0.077Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4506/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:10

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

ALLUMS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

# 1 0.232Subject Sample 02:23

1.996Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.229Subject Sample 02:26

1.792Breath Volume 02:26

0.000Air Blank 02:26

0.077Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:1306/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

21:30

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

SIMS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.077Control Test 23:33

0.000Air Blank 23:34

# 1 0.077Subject Sample 23:35

1.136Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.079Subject Sample 23:38

1.992Breath Volume 23:38

0.000Air Blank 23:39

0.076Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1206/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:04

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

BARRIENTOS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.077Control Test 01:32

0.000Air Blank 01:32

# 1 0.020Subject Sample 01:33

1.109Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.022Subject Sample 01:36

2.183Breath Volume 01:36

0.000Air Blank 01:37

0.077Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 07/18/2023 14:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0206/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

01:22

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

SUAZO URIARTE

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.077Control Test 03:28

0.000Air Blank 03:29

# 1 0.128Subject Sample 03:30

1.582Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.132Subject Sample 03:33

2.113Breath Volume 03:33

0.000Air Blank 03:34

0.077Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:35

Data Download Date/Time: 07/18/2023 14:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:4806/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

03:42

Jacksonville SO

GETZ,A

05/05/2024

07622080A3

Jacksonville Beach

BORCHARDT,J,P

ENGSTROM

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:16

0.078Control Test 06:16

0.000Air Blank 06:17

# 1Subject Sample 06:17 Subject Test Refused

0.000Breath Volume 06:17

0.000Air Blank 06:17

0.078Control Test 06:18

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 07/18/2023 14:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:55:0306/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:26

05:20

Jacksonville SO

MUNOZ,I

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

CHERILUS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:46

0.000Air Blank 06:46

0.078Control Test 06:47

0.000Air Blank 06:47

# 1 0.123Subject Sample 06:49

1.488Breath Volume 06:49

0.000Air Blank 06:50

0.000Air Blank 06:52

# 2 0.127Subject Sample 06:53

1.195Breath Volume 06:53

0.000Air Blank 06:54

0.076Control Test 06:54

0.000Air Blank 06:54

OKDiagnostics Check 06:55

Data Download Date/Time: 07/18/2023 14:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:5006/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

20:40

Jacksonville SO

MOELLER,R

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

PULLINS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.077Control Test 22:27

0.000Air Blank 22:28

# 1Subject Sample 22:28 Subject Test Refused

0.000Breath Volume 22:28

0.000Air Blank 22:28

0.078Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 07/18/2023 14:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:4506/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

00:23

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

MONTUFAR PORTILLO

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:21

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:21

0.077Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 07/18/2023 14:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1906/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

01:00

Jacksonville SO

DELEO,A

05/05/2024

07622080A3

Jacksonville Beach

BORCHARDT,J,P

ECKERT

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.078Control Test 03:32

0.000Air Blank 03:32

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 07/18/2023 14:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:59:3006/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:32

13:46

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

WARREN,S,B

STEWARD

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:56

0.000Air Blank 15:56

0.078Control Test 15:57

0.000Air Blank 15:57

# 1Subject Sample 15:58 Subject Test Refused

0.000Breath Volume 15:58

0.000Air Blank 15:58

0.079Control Test 15:58

0.000Air Blank 15:59

OKDiagnostics Check 15:59

Data Download Date/Time: 07/18/2023 14:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:0606/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

17:05

Jacksonville SO

HILLIER,J

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,

SANCHEZ-HERNANDEZ

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:26

0.078Control Test 19:26

0.000Air Blank 19:27

# 1 0.000Subject Sample 19:27

2.527Breath Volume 19:27

0.000Air Blank 19:28

0.000Air Blank 19:30

# 2 0.000Subject Sample 19:30

3.105Breath Volume 19:30

0.000Air Blank 19:31

0.078Control Test 19:31

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:5606/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

23:35

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

BOWLING

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:27

# 1Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:28

0.078Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:1806/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

02:28

Jacksonville SO

BATEH,J

05/05/2024

07622080A3

FHP Troop G

BORCHARDT,J,P

EWING

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.078Control Test 04:19

0.000Air Blank 04:19

# 1Subject Sample 04:19 Subject Test Refused

0.000Breath Volume 04:19

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:1006/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

18:10

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

KAI

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.077Control Test 20:11

0.000Air Blank 20:12

# 1 0.270Subject Sample 20:13

1.691Breath Volume 20:13

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.261Subject Sample 20:17

1.750Breath Volume 20:17

0.000Air Blank 20:18

0.077Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:5106/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

00:47

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

LING

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.077Control Test 02:39

0.000Air Blank 02:40

# 1 0.175Subject Sample 02:41

2.035Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.180Subject Sample 02:44

1.687Breath Volume 02:44

0.000Air Blank 02:44

0.077Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:2306/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

18:43

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

BEANE

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.078Control Test 20:51

0.000Air Blank 20:52

# 1 0.086Subject Sample 20:52

1.980Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.083Subject Sample 20:55

1.546Breath Volume 20:55

0.000Air Blank 20:56

0.078Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:0806/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

01:46

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

SHANK

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.078Control Test 03:33

0.000Air Blank 03:33

# 1 0.067Subject Sample 03:34

2.140Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.067Subject Sample 03:37

2.261Breath Volume 03:37

0.000Air Blank 03:38

0.077Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4806/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

00:20

Jacksonville SO

MUSIAL,C

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

GRAY

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.077Control Test 02:32

0.000Air Blank 02:33

# 1 0.203Subject Sample 02:34

2.503Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.193Subject Sample 02:37

2.222Breath Volume 02:37

0.000Air Blank 02:37

0.077Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1206/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

01:47

Jacksonville SO

BATEH,J

05/05/2024

07622080A3

FHP Troop G

WALKER,P,L

SOTO

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.077Control Test 03:31

0.000Air Blank 03:32

# 1 0.193Subject Sample 03:32

2.335Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.183Subject Sample 03:35

1.605Breath Volume 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5706/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:04

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

LEMONS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.078Control Test 04:47

0.000Air Blank 04:48

# 1Subject Sample 04:48 Subject Test Refused

0.000Breath Volume 04:48

0.000Air Blank 04:49

0.077Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:3606/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

20:52

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

MEDINA,G,

HERNANDEZ PEREZ

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.077Control Test 22:00

0.000Air Blank 22:01

# 1Subject Sample 22:01 Subject Test Refused

0.000Breath Volume 22:01

0.000Air Blank 22:01

0.078Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 07/18/2023 14:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:4706/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:19

Coconut Creek Pub Sf

HENRY,GAVIN

02/10/2025

402357111

Coconut Creek Pub Sf

HENRY,GAVIN,O

BERGERON

06/15/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

# 1 0.159Subject Sample 23:10

1.582Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.172Subject Sample 23:13

1.132Breath Volume 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 07/26/2023 16:17

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:2306/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:00

Coconut Creek Pub Sf

JENNINGS,LUKE

02/10/2025

402357111

Coral Springs PD

BAKER,MICHAEL,C

ALGUERA

06/15/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:58

# 1Subject Sample 03:59 RFI Detect

0.000Breath Volume 03:59

Air Blank 03:59 RFI Detect

0.000Air Blank 04:00

Data Download Date/Time: 07/26/2023 16:17

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:2706/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:00

Coconut Creek Pub Sf

JENNINGS,LUKE

02/10/2025

402357111

Coral Springs PD

BAKER,MICHAEL,C

ALGUERA

06/15/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

# 1 0.175Subject Sample 04:07 Volume Not Met

0.148Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.218Subject Sample 04:12

1.417Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 3 0.217Subject Sample 04:15

1.644Breath Volume 04:15

0.000Air Blank 04:16

0.078Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 07/26/2023 16:17

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:5806/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

04:34

Coconut Creek Pub Sf

RODRIGUEZ,ETHAN

02/10/2025

402357111

Coconut Creek Pub Sf

BAKER,MICHAEL,C

PALMENTE

06/15/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:27

0.080Control Test 05:27

0.000Air Blank 05:28

# 1 0.139Subject Sample 05:28

2.296Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.127Subject Sample 05:31

2.253Breath Volume 05:31

0.000Air Blank 05:32

0.081Control Test 05:32

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 07/26/2023 16:17

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:4306/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:18

Coconut Creek Pub Sf

HENRY,GAVIN

02/10/2025

402357111

Coconut Creek Pub Sf

FFEY,KYLE,

PIERRE

06/15/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

# 1 0.208Subject Sample 01:23 Volume Not Met

0.000Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2Subject Sample 01:27 Subject Test Refused

0.281Breath Volume 01:27

0.000Air Blank 01:27

0.076Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 07/26/2023 16:17

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:0906/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:18

Jacksonville SO

DESOUZA,A

02/05/2025

01923080A4

Jacksonville SO

CARMONA-SANCHEZ,R,J

THOMAS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.082Control Test 02:05

0.000Air Blank 02:06

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/15/2023 09:10

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:1406/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

21:09

Jacksonville SO

KEEN,C

02/05/2025

01923080A4

Jacksonville Beach

FRAGOMENI,G,D

DESSER

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:05

0.082Control Test 23:05

0.000Air Blank 23:06

# 1 0.080Subject Sample 23:06

2.367Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.077Subject Sample 23:09

1.464Breath Volume 23:09

0.000Air Blank 23:10

0.082Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 06/15/2023 09:10

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:0406/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

22:00

Jacksonville SO

HIXSON,C

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

MILLER

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.082Control Test 00:24

0.000Air Blank 00:25

# 1Subject Sample 00:25 Subject Test Refused

0.000Breath Volume 00:25

0.000Air Blank 00:26

0.082Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:27

Data Download Date/Time: 06/15/2023 09:10

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:0506/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

19:45

Jacksonville SO

LOKMIC,S

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

SACHS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.082Control Test 21:31

0.000Air Blank 21:31

# 1 0.213Subject Sample 21:33

1.910Breath Volume 21:33

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.236Subject Sample 21:36

2.050Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:38

# 3 0.224Subject Sample 21:39

1.972Breath Volume 21:39

0.000Air Blank 21:40

0.080Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 06/15/2023 09:10

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:10

Jacksonville SO

VALERIO,E

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

LINER

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.081Control Test 01:59

0.000Air Blank 01:59

# 1 0.055Subject Sample 02:01

1.878Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:03

# 2 0.049Subject Sample 02:04

1.500Breath Volume 02:04

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 06/15/2023 09:10

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5906/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:09

Jacksonville SO

PETERSON,J

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

MORRIS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.082Control Test 03:58

0.000Air Blank 03:58

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 04:00

0.082Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 06/15/2023 09:10

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:2406/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

22:50

Jacksonville SO

LOKMIC,S

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

ALVAREZ BRAVO

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.082Control Test 00:51

0.000Air Blank 00:51

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.082Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:3406/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

03:32

Jacksonville SO

CLARK,J

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

CUBBEDGE

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:10

0.000Air Blank 06:11

0.082Control Test 06:11

0.000Air Blank 06:11

# 1Subject Sample 06:12 Subject Test Refused

0.000Breath Volume 06:12

0.000Air Blank 06:12

0.081Control Test 06:12

0.000Air Blank 06:13

OKDiagnostics Check 06:13

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:3606/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

20:15

Jacksonville SO

VALERIO,E

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

SANCHEZ VEGA

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.082Control Test 22:17

0.000Air Blank 22:17

# 1 0.151Subject Sample 22:18

2.089Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.152Subject Sample 22:21

2.472Breath Volume 22:21

0.000Air Blank 22:22

0.082Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1806/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

00:54

Jacksonville SO

PETERSON,J

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

COMEAU

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.082Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:45

0.082Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3806/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

00:48

Jacksonville SO

RICH,T

02/05/2025

01923080A4

Jacksonville Beach

ROCOURT,NIA-NICOLE,L

COOKE

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.082Control Test 03:55

0.000Air Blank 03:55

# 1 0.085Subject Sample 03:57

1.273Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.089Subject Sample 04:00

1.964Breath Volume 04:00

0.000Air Blank 04:01

0.081Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:5806/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:10

Jacksonville SO

LUGO,R

02/05/2025

01923080A4

Jacksonville SO

BORCHARDT,J,P

STEVENS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.082Control Test 23:43

0.000Air Blank 23:44

# 1Subject Sample 23:44 Subject Test Refused

0.000Breath Volume 23:44

0.000Air Blank 23:45

0.082Control Test 23:45

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:5306/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:11

Jacksonville SO

DESOUZA,A

02/05/2025

01923080A4

Jacksonville SO

SULLIVAN,J,S

ASHLEY

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.082Control Test 02:10

0.000Air Blank 02:11

# 1Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.082Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:3706/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:02

Jacksonville SO

THOMPSON,A

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

BATTLE

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.082Control Test 03:48

0.000Air Blank 03:49

# 1 0.061Subject Sample 03:50

1.230Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.060Subject Sample 03:53

1.394Breath Volume 03:53

0.000Air Blank 03:53

0.081Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:1806/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

00:01

Jacksonville SO

LAQUIDARA,A

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

SCHROEDER

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.082Control Test 02:34

0.000Air Blank 02:35

# 1 0.175Subject Sample 02:35

1.484Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:37

# 2 0.180Subject Sample 02:38

1.921Breath Volume 02:38

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:1906/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

18:26

Jacksonville SO

LAQUIDARA,A

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

WAND

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:14

0.000Air Blank 20:15

0.082Control Test 20:15

0.000Air Blank 20:15

# 1 0.181Subject Sample 20:16

1.847Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:19

# 2 0.184Subject Sample 20:19

1.636Breath Volume 20:19

0.000Air Blank 20:20

0.081Control Test 20:20

0.000Air Blank 20:21

OKDiagnostics Check 20:21

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4006/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:34

Jacksonville SO

DESOUZA,A

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

LIVERMAN

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.082Control Test 00:37

0.000Air Blank 00:38

# 1Subject Sample 00:38 Subject Test Refused

0.000Breath Volume 00:38

0.000Air Blank 00:38

0.082Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1006/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

01:38

Jacksonville SO

RODRIGUEZ,M

02/05/2025

01923080A4

Jacksonville SO

WALKER,P,L

BROWN

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.083Control Test 03:29

0.000Air Blank 03:29

# 1 0.189Subject Sample 03:30

2.886Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:32

# 2 0.188Subject Sample 03:33

2.695Breath Volume 03:33

0.000Air Blank 03:34

0.082Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:5406/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:02

Jacksonville SO

DURHAM,C

02/05/2025

01923080A4

Jacksonville SO

WALKER,P,L

RIOS VILLALOBOS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.082Control Test 05:19

0.000Air Blank 05:19

# 1 0.063Subject Sample 05:20

2.304Breath Volume 05:20

0.000Air Blank 05:21

0.000Air Blank 05:22

# 2 0.062Subject Sample 05:23

2.417Breath Volume 05:23

0.000Air Blank 05:23

0.082Control Test 05:24

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:4406/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

18:20

Jacksonville SO

LUGO,R

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

TAYLOR

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.082Control Test 20:16

0.000Air Blank 20:17

# 1Subject Sample 20:17 Subject Test Refused

0.000Breath Volume 20:17

0.000Air Blank 20:17

0.082Control Test 20:18

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:0806/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:21

Jacksonville SO

WHISMN,N

02/05/2025

01923080A4

Jacksonville SO

CLARIDA,K,M

GASKIN

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.082Control Test 22:12

0.000Air Blank 22:12

# 1 0.206Subject Sample 22:13

1.113Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.205Subject Sample 22:18

1.648Breath Volume 22:18

0.000Air Blank 22:19

0.081Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2006/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

00:51

Jacksonville SO

IEZZI,M

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

DOMINGO GOMEZ

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.082Control Test 02:33

0.000Air Blank 02:34

# 1 0.188Subject Sample 02:34

1.332Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.184Subject Sample 02:37

1.597Breath Volume 02:37

0.000Air Blank 02:38

0.082Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:1706/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:15

Jacksonville SO

WHISMAN,N

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

BLAKEMAN

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.082Control Test 04:00

0.000Air Blank 04:00

# 1 0.060Subject Sample 04:01

1.968Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.057Subject Sample 04:04

1.761Breath Volume 04:04

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:5006/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

21:30

Jacksonville SO

HIXSON,C

02/05/2025

01923080A4

Jacksonville SO

BORCHARDT,J,P

SCOTT

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.082Control Test 23:32

0.000Air Blank 23:33

# 1 0.189Subject Sample 23:36 Volume Not Met

0.347Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.183Subject Sample 23:42 Volume Not Met

0.097Breath Volume 23:42

0.000Air Blank 23:42

0.079Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:0906/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

01:45

Jacksonville SO

LYONS,S

02/05/2025

01923080A4

Jacksonville SO

STANFORD,B,R

DOS SANTOS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:23

# 1 0.087Subject Sample 04:24

1.300Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.090Subject Sample 04:28

1.355Breath Volume 04:28

0.000Air Blank 04:29

0.082Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2106/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

23:12

Jacksonville SO

LOKMIC,S

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

ADAMS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.082Control Test 01:13

0.000Air Blank 01:14

# 1 0.154Subject Sample 01:15

1.375Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.145Subject Sample 01:18

1.214Breath Volume 01:18

0.000Air Blank 01:19

0.082Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 06/15/2023 09:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:2206/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

17:45

Jacksonville SO

JOHNS,B

02/05/2025

01923080A4

Jacksonville SO

TROTIER,PAUL,F

EDWARDS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.082Control Test 21:10

0.000Air Blank 21:11

# 1 0.000Subject Sample 21:14 Volume Not Met

0.824Breath Volume 21:14

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.000Subject Sample 21:17

1.183Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 3 0.000Subject Sample 21:20

1.113Breath Volume 21:20

0.000Air Blank 21:21

0.082Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 07/20/2023 12:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:4906/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

02:45

Jacksonville SO

HARRELL,R

02/05/2025

01923080A4

Jacksonville SO

TROTIER,PAUL,F

PRIBBLE

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.082Control Test 04:31

0.000Air Blank 04:32

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:32

0.082Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 07/20/2023 12:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:21:3806/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:52

13:36

Jacksonville SO

ONDRIEZEK,B

02/05/2025

01923080A4

Jacksonville SO

HALE,J,K

GABRIEL GALINDO

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:13

0.000Air Blank 15:13

0.082Control Test 15:13

0.000Air Blank 15:14

# 1 0.241Subject Sample 15:16

1.800Breath Volume 15:16

0.000Air Blank 15:17

0.000Air Blank 15:18

# 2 0.234Subject Sample 15:19

2.050Breath Volume 15:19

0.000Air Blank 15:20

0.080Control Test 15:21

0.000Air Blank 15:21

OKDiagnostics Check 15:21

Data Download Date/Time: 07/20/2023 12:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:3806/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

18:23

Jacksonville SO

NOBLE,B

02/05/2025

01923080A4

Jacksonville Beach

WAY,L,

GRIFFIN

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.082Control Test 21:02

0.000Air Blank 21:02

# 1Subject Sample 21:03 Subject Test Refused

0.000Breath Volume 21:03

0.000Air Blank 21:03

0.082Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:5106/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:14

Jacksonville SO

LUGO,R

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

SELMAN

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.082Control Test 00:28

0.000Air Blank 00:29

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:29

0.082Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:06

Jacksonville SO

TBER,T

02/05/2025

01923080A4

FHP Troop G

WAY,L,

MOORE

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.082Control Test 02:39

0.000Air Blank 02:40

# 1 0.160Subject Sample 02:41

1.320Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.166Subject Sample 02:44

1.484Breath Volume 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:4106/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

01:08

Jacksonville SO

SPURRIER,J

02/05/2025

01923080A4

Jacksonville Beach

ANDERSON,CONNER,J

MAXWELL

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

# 1 0.118Subject Sample 04:02

2.089Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.121Subject Sample 04:06

1.777Breath Volume 04:06

0.000Air Blank 04:06

0.082Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:27:1306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:55

08:42

Jacksonville SO

LADD,G

02/05/2025

01923080A4

Jacksonville SO

GRIFFIN,J,D

DELGADO CASTILLO

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:24

0.000Air Blank 10:24

0.082Control Test 10:24

0.000Air Blank 10:25

# 1Subject Sample 10:25 Subject Test Refused

0.000Breath Volume 10:25

0.000Air Blank 10:26

0.082Control Test 10:26

0.000Air Blank 10:27

OKDiagnostics Check 10:27

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:26:2006/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:57

09:20

Jacksonville SO

KEMPF,M

02/05/2025

01923080A4

Jacksonville SO

HALE,J,K

ABDULHAQQ

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:18

0.000Air Blank 11:18

0.082Control Test 11:19

0.000Air Blank 11:19

# 1 0.066Subject Sample 11:21

1.746Breath Volume 11:21

0.000Air Blank 11:22

0.000Air Blank 11:23

# 2 0.064Subject Sample 11:24

1.628Breath Volume 11:24

0.000Air Blank 11:25

0.082Control Test 11:25

0.000Air Blank 11:26

OKDiagnostics Check 11:26

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:56:2506/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:29

09:56

Jacksonville SO

CROCKER,B

02/05/2025

01923080A4

Jacksonville SO

GRIFFIN,J,D

EDOARDO ANDRES

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:49

0.000Air Blank 12:49

0.082Control Test 12:50

0.000Air Blank 12:50

# 1 0.151Subject Sample 12:50

3.398Breath Volume 12:50

0.000Air Blank 12:51

0.000Air Blank 12:53

# 2 0.158Subject Sample 12:54

2.535Breath Volume 12:54

0.000Air Blank 12:55

0.081Control Test 12:55

0.000Air Blank 12:56

OKDiagnostics Check 12:56

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:03:5206/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

15:46

Jacksonville SO

HAWKINS,A

02/05/2025

01923080A4

Jacksonville Beach

GRIFFIN,J,D

ARNOLD

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:01

0.000Air Blank 18:01

0.082Control Test 18:01

0.000Air Blank 18:02

# 1Subject Sample 18:02 Subject Test Refused

0.000Breath Volume 18:02

0.000Air Blank 18:02

0.082Control Test 18:03

0.000Air Blank 18:03

OKDiagnostics Check 18:03

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:4206/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

15:46

Jacksonville SO

KEEN,C

02/05/2025

01923080A4

Jacksonville Beach

GRIFFIN,J,D

ADMIN

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:11

0.000Air Blank 18:11

0.082Control Test 18:12

0.000Air Blank 18:12

# 1 0.000Subject Sample 18:13

2.496Breath Volume 18:13

0.000Air Blank 18:13

0.000Air Blank 18:15

# 2 0.000Subject Sample 18:16

2.382Breath Volume 18:16

0.000Air Blank 18:16

0.082Control Test 18:17

0.000Air Blank 18:17

OKDiagnostics Check 18:17

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1506/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

22:35

Jacksonville SO

LAQUIDARA,A

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

IBARRAMARANTE

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.083Control Test 00:34

0.000Air Blank 00:34

# 1 0.026Subject Sample 00:36

1.531Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.024Subject Sample 00:40

1.632Breath Volume 00:40

0.000Air Blank 00:41

0.082Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:5306/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

00:45

Jacksonville SO

WILES,C

02/05/2025

01923080A4

Jacksonville SO

ANDERSON,CONNER,J

COOPER

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.083Control Test 02:55

0.000Air Blank 02:56

# 1Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:56

0.083Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:3106/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:28

Jacksonville SO

DURHAM,C

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

WALKER

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.083Control Test 04:00

0.000Air Blank 04:01

# 1 0.129Subject Sample 04:01

1.835Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.128Subject Sample 04:04

1.519Breath Volume 04:04

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:4806/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:06

05:06

Jacksonville SO

WHISMAN,N

02/05/2025

01923080A4

Jacksonville SO

ANDERSON,CONNER,J

FORT JR

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:26

0.000Air Blank 06:27

0.083Control Test 06:27

0.000Air Blank 06:28

# 1Subject Sample 06:28 Subject Test Refused

0.000Breath Volume 06:28

0.000Air Blank 06:28

0.083Control Test 06:29

0.000Air Blank 06:29

OKDiagnostics Check 06:29

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:25:3306/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:58

05:30

Jacksonville SO

BERNARD,C

02/05/2025

01923080A4

Jacksonville SO

GRIFFIN,J,D

ANTHONY

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:18

0.000Air Blank 07:18

0.082Control Test 07:19

0.000Air Blank 07:19

# 1 0.085Subject Sample 07:21

1.960Breath Volume 07:21

0.000Air Blank 07:21

0.000Air Blank 07:23

# 2 0.081Subject Sample 07:23

2.707Breath Volume 07:23

0.000Air Blank 07:24

0.080Control Test 07:24

0.000Air Blank 07:25

OKDiagnostics Check 07:25

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:2306/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

01:55

Jacksonville SO

ULYSSE,S

02/05/2025

01923080A4

Jacksonville SO

ANDERSON,CONNER,J

BROWNING

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.082Control Test 03:26

0.000Air Blank 03:26

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:27

0.082Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:3206/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

03:52

Jacksonville SO

WHISMAN,N

02/05/2025

01923080A4

Jacksonville SO

ANDERSON,CONNER,J

MARSEILLE

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:34

0.000Air Blank 05:35

0.081Control Test 05:35

0.000Air Blank 05:36

# 1 0.170Subject Sample 05:37

1.683Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2Subject Sample 05:43 No Sample Provided

0.000Breath Volume 05:43

0.000Air Blank 05:43

0.000Air Blank 05:45

# 3 0.152Subject Sample 05:48 Volume Not Met

0.925Breath Volume 05:48

0.000Air Blank 05:49

0.082Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:1306/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

18:50

Jacksonville SO

LUGO,R

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

WILLIAMS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:20

0.082Control Test 20:20

0.000Air Blank 20:21

# 1 0.200Subject Sample 20:21

1.148Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2 0.185Subject Sample 20:25

1.175Breath Volume 20:25

0.000Air Blank 20:26

0.082Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1706/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:29

Jacksonville SO

LAQUIDARA,A

02/05/2025

01923080A4

Jacksonville SO

SULLIVAN,J,S

CUNNINGHAM

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.082Control Test 01:11

0.000Air Blank 01:11

# 1 0.130Subject Sample 01:12

1.386Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 2 0.135Subject Sample 01:15

2.113Breath Volume 01:15

0.000Air Blank 01:16

0.083Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:1606/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:35

Jacksonville SO

BATEH,J

02/05/2025

01923080A4

FHP Troop G

BORCHARDT,J,P

SAUNDERS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.082Control Test 02:50

0.000Air Blank 02:51

# 1 0.145Subject Sample 02:51

2.105Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.141Subject Sample 02:54

2.343Breath Volume 02:54

0.000Air Blank 02:55

0.082Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 07/20/2023 12:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:4006/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

15:28

Jacksonville SO

RODRIGUEZ,M

02/05/2025

01923080A4

Jacksonville SO

HALE,J,K

JAMES

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:26

0.083Control Test 17:27

0.000Air Blank 17:27

# 1Subject Sample 17:29 Interferent Detect

1.625Breath Volume 17:29

0.000Air Blank 17:29

0.083Control Test 17:30

0.000Air Blank 17:30

OKDiagnostics Check 17:30

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:0806/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

15:28

Jacksonville SO

RODRIGUEZ,M

02/05/2025

01923080A4

Jacksonville SO

HALE,J,K

JAMES

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:33

0.082Control Test 17:33

0.000Air Blank 17:33

# 1Subject Sample 17:35 Interferent Detect

1.417Breath Volume 17:35

0.000Air Blank 17:36

0.083Control Test 17:36

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:09:1506/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:44

15:28

Jacksonville SO

RODRIGUEZ,M

02/05/2025

01923080A4

Jacksonville SO

HALE,J,K

JAMES

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:05

0.000Air Blank 18:05

0.082Control Test 18:05

0.000Air Blank 18:06

# 1Subject Sample 18:07 Interferent Detect

1.824Breath Volume 18:07

0.000Air Blank 18:08

0.083Control Test 18:08

0.000Air Blank 18:09

OKDiagnostics Check 18:09

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:5706/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

20:23

Jacksonville SO

LAQUIDARA,A

02/05/2025

01923080A4

Jacksonville SO

SULLIVAN,J,S

CRIVIER

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.083Control Test 23:08

0.000Air Blank 23:09

# 1 0.000Subject Sample 23:09

1.347Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.000Subject Sample 23:12

1.511Breath Volume 23:12

0.000Air Blank 23:13

0.083Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:1306/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

21:15

Jacksonville SO

JOHNS,B

02/05/2025

01923080A4

Jacksonville SO

TROTIER,PAUL,F

WILLIAMS

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.081Control Test 23:26

0.000Air Blank 23:26

# 1 0.066Subject Sample 23:27

1.421Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:29

# 2 0.061Subject Sample 23:30

1.210Breath Volume 23:30

0.000Air Blank 23:31

0.081Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:5206/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

01:33

Jacksonville SO

GARCIA,Y

02/05/2025

01923080A4

Jacksonville SO

TROTIER,PAUL,F

GUTHMAN

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.081Control Test 04:00

0.000Air Blank 04:01

# 1Subject Sample 04:01 Subject Test Refused

0.000Breath Volume 04:01

0.000Air Blank 04:01

0.081Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:4006/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

20:59

Jacksonville SO

LAQUIDARA,A

02/05/2025

01923080A4

Jacksonville SO

SULLIVAN,J,S

ALEXSUK

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.082Control Test 23:29

0.000Air Blank 23:30

# 1 0.026Subject Sample 23:31

1.394Breath Volume 23:31

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.027Subject Sample 23:34

1.363Breath Volume 23:34

0.000Air Blank 23:34

0.081Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:3206/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:59

16:50

Jacksonville SO

CLARKE,G

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

MARTINEZ

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:20

0.000Air Blank 19:20

0.082Control Test 19:20

0.000Air Blank 19:21

# 1 0.135Subject Sample 19:21

1.140Breath Volume 19:21

0.000Air Blank 19:22

0.000Air Blank 19:24

# 2 0.134Subject Sample 19:24

1.406Breath Volume 19:24

0.000Air Blank 19:25

0.081Control Test 19:25

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:4406/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

20:48

Jacksonville SO

IEZZI,M

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

MCCALL

06/15/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:17

# 1 0.000Subject Sample 23:18

1.253Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.000Subject Sample 23:23 Volume Not Met

0.625Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:26

# 3 0.000Subject Sample 23:29 Volume Not Met

0.875Breath Volume 23:29

0.000Air Blank 23:29

0.081Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 07/20/2023 12:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:4206/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:24

Coral Springs PD

JENNINGS,LUKE

11/05/2024

26422080A1

Coral Springs PD

WAYE,MAKINA,A

DEVERS

06/06/2023

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.081Control Test 22:03

0.000Air Blank 22:03

# 1 0.319Subject Sample 22:04

2.648Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.297Subject Sample 22:07

3.109Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:09

# 3 0.317Subject Sample 22:10

2.347Breath Volume 22:10

0.000Air Blank 22:10

0.078Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 07/26/2023 15:29

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:2706/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:51

Nassau County SO

OWENS,H

11/05/2024

26422080A1

Nassau County SO

HINSON,J,M

BLAIR

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:42

0.000Air Blank 16:42

0.079Control Test 16:43

0.000Air Blank 16:43

# 1 0.127Subject Sample 16:46

1.371Breath Volume 16:46

0.000Air Blank 16:46

0.000Air Blank 16:48

# 2 0.130Subject Sample 16:49

1.890Breath Volume 16:49

0.000Air Blank 16:50

0.078Control Test 16:50

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:5406/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:46

Nassau County SO

TOWNSEND,J

11/05/2024

26422080A1

Nassau County SO

BLOUNT,JUSTIN,M

JORDAN

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.079Control Test 20:46

0.000Air Blank 20:47

# 1 0.110Subject Sample 20:48

2.449Breath Volume 20:48

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.103Subject Sample 20:51

1.820Breath Volume 20:51

0.000Air Blank 20:51

0.079Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4706/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:30

Nassau County SO

TERRI,A

11/05/2024

26422080A1

Nassau County SO

MONTES,JOSEAS,I

HERNANDEZ

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.079Control Test 00:15

0.000Air Blank 00:15

# 1 0.000Subject Sample 00:16

1.832Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.000Subject Sample 00:19

3.074Breath Volume 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3706/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:11

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

TIPPINS,C,L

WILLIAMS

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:05

# 1 0.041Subject Sample 02:06

2.242Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.036Subject Sample 02:09

1.195Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:3606/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:07

Nassau County SO

JOHNSON,A

11/05/2024

26422080A1

Nassau County SO

DAVIS,B,A

OLIVE

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.079Control Test 21:03

0.000Air Blank 21:03

# 1 0.100Subject Sample 21:04

2.253Breath Volume 21:04

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.094Subject Sample 21:07

1.585Breath Volume 21:07

0.000Air Blank 21:07

0.079Control Test 21:08

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:5306/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:20

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

MONTES,JOSEAS,I

MILLAN

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:19

0.000Air Blank 02:19

# 1 0.217Subject Sample 02:21

2.761Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.208Subject Sample 02:24

3.390Breath Volume 02:24

0.000Air Blank 02:24

0.079Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:5606/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:52

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

DAVIS,B,A

JOHNSON

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

# 1 0.136Subject Sample 03:30 Volume Not Met

0.183Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.124Subject Sample 03:36 Volume Not Met

0.105Breath Volume 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:4306/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:00

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

HAMPTON,J,R

TIMMERS

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:55

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:57

# 1 0.134Subject Sample 18:57

1.882Breath Volume 18:57

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.144Subject Sample 19:00

2.074Breath Volume 19:00

0.000Air Blank 19:00

0.079Control Test 19:01

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:1606/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:31

Nassau County SO

HUMES,U

11/05/2024

26422080A1

FHP Troop G

DAVIS,B,A

WILLIS

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.080Control Test 19:01

0.000Air Blank 19:02

# 1 0.176Subject Sample 19:04

1.773Breath Volume 19:04

0.000Air Blank 19:05

0.000Air Blank 19:07

# 2 0.172Subject Sample 19:07

1.351Breath Volume 19:07

0.000Air Blank 19:08

0.078Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:3306/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:03

Nassau County SO

ANSTETE,A

11/05/2024

26422080A1

Nassau County SO

SNEAD,CODY,M

SPRAGINS

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.219Subject Sample 03:50

1.460Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.231Subject Sample 03:54

1.777Breath Volume 03:54

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:2506/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:27

Nassau County SO

TOWNSHED,J

11/05/2024

26422080A1

Nassau County SO

MONTES,JOSEAS,I

VINCENT

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.080Control Test 23:34

0.000Air Blank 23:34

# 1Subject Sample 23:35 Subject Test Refused

0.000Breath Volume 23:35

0.000Air Blank 23:35

0.079Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:5306/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:28

Nassau County SO

WOODS,W

11/05/2024

26422080A1

Nassau County SO

WILKES,B,T

BAILEY

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:31

# 1 0.242Subject Sample 22:32

1.160Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.229Subject Sample 22:36

1.625Breath Volume 22:36

0.000Air Blank 22:36

0.078Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:4806/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

22:46

Nassau County SO

JACKSON,R

11/05/2024

26422080A1

Nassau County SO

SNEAD,CODY,M

MENGES

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:55

# 1 0.000Subject Sample 23:56

1.953Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.000Subject Sample 23:59

2.136Breath Volume 23:59

0.000Air Blank 23:59

0.079Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:5606/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:22

Nassau County SO

KNIGHT,G

11/05/2024

26422080A1

Nassau County SO

JEFFERSON,ALI,S

SHERROD

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:15

# 1 0.055Subject Sample 23:16

1.531Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.054Subject Sample 23:19

3.179Breath Volume 23:19

0.000Air Blank 23:20

0.078Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:0506/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:46

Nassau County SO

JACKSON,R

11/05/2024

26422080A1

Nassau County SO

MONTES,JOSEAS,I

CARVALHO

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:07

# 1 0.107Subject Sample 01:10 Volume Not Met

0.316Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.112Subject Sample 01:16 Volume Not Met

0.000Breath Volume 01:16

0.000Air Blank 01:17

0.078Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:2106/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:36

Nassau County SO

HALL,J

11/05/2024

26422080A1

Nassau County SO

WILKES,B,T

MATTOX

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:35

# 1 0.177Subject Sample 03:35

1.703Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.171Subject Sample 03:38

1.332Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:1406/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:49

Nassau County SO

JACKSON,ROBERT

11/05/2024

26422080A1

Nassau County SO

HESTER,ARIELLE,J

GARMON

05/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:40

0.000Air Blank 16:40

0.078Control Test 16:40

0.000Air Blank 16:41

# 1 0.225Subject Sample 16:41

2.179Breath Volume 16:41

0.000Air Blank 16:42

0.000Air Blank 16:44

# 2 0.211Subject Sample 16:44

2.617Breath Volume 16:44

0.000Air Blank 16:45

0.078Control Test 16:45

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 06/27/2023 00:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1506/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:06

Nassau County SO

WOODS,W

11/05/2024

26422080A1

Nassau County SO

SNEAD,CODY,M

BUGGIO

06/26/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.079Control Test 22:00

0.000Air Blank 22:00

# 1 0.007Subject Sample 22:01

2.195Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.000Subject Sample 22:04

1.558Breath Volume 22:04

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 07/27/2023 18:58

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:5106/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:20

Davie PD

BRAGG,R

05/20/2024

1497672

Davie PD

HERRERA,AMANDA,L

BRITO

05/31/2023

8100.27

DAVIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.081Control Test 23:10

0.000Air Blank 23:10

# 1 0.175Subject Sample 23:12

3.511Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.177Subject Sample 23:15

4.199Breath Volume 23:15

0.000Air Blank 23:15

0.080Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 06/29/2023 14:39

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:06:2606/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

07:13

Davie PD

ENRIQUE,ALEX

05/20/2024

1497672

Davie PD

PEREZ,PEDRO,C

GONZALEZ CRUZ

05/31/2023

8100.27

DAVIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:59

0.000Air Blank 08:00

0.082Control Test 08:00

0.000Air Blank 08:00

# 1 0.178Subject Sample 08:01

1.324Breath Volume 08:01

0.000Air Blank 08:02

0.000Air Blank 08:04

# 2 0.169Subject Sample 08:04

2.269Breath Volume 08:04

0.000Air Blank 08:05

0.079Control Test 08:05

0.000Air Blank 08:06

OKDiagnostics Check 08:06

Data Download Date/Time: 06/29/2023 14:39

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1006/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:08

Lakeland PD

WILSON,KALEB

04/05/2025

06723080A5

Lakeland PD

WILSON,KALEB,R

ANDERSON

05/30/2023

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.080Control Test 03:58

0.000Air Blank 03:58

# 1 0.110Subject Sample 03:59

1.273Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.118Subject Sample 04:02

1.648Breath Volume 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 06/20/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:56:4806/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:21

14:45

Lakeland PD

CRUZ,EDGARDO

04/05/2025

06723080A5

Lakeland PD

PAYNE,TRAVIS,H

WHITTINGTON

05/30/2023

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:50

0.000Air Blank 14:50

0.080Control Test 14:51

0.000Air Blank 14:51

# 1 0.186Subject Sample 14:52

2.148Breath Volume 14:52

0.000Air Blank 14:53

0.000Air Blank 14:54

# 2 0.182Subject Sample 14:55

2.875Breath Volume 14:55

0.000Air Blank 14:55

0.079Control Test 14:56

0.000Air Blank 14:56

OKDiagnostics Check 14:56

Data Download Date/Time: 06/20/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:0506/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:36

Tarpon Springs PD

BROWN,J

02/05/2025

01923080A3

Tarpon Springs PD

BROWN,J,F

DREW

06/07/2023

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

# 1 0.156Subject Sample 02:08

1.609Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.148Subject Sample 02:11

1.539Breath Volume 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 07/31/2023 10:02

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:5806/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:31

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

HILGERT

05/10/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.082Control Test 22:49

0.000Air Blank 22:50

# 1 0.153Subject Sample 22:50

2.125Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.145Subject Sample 22:53

1.648Breath Volume 22:53

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 06/14/2023 12:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:2806/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:54

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

COYNE

05/10/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:15

# 1Subject Sample 00:16 Subject Test Refused

0.000Breath Volume 00:16

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 06/14/2023 12:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2506/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:22

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

MARTINEZ

05/10/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.081Control Test 03:42

0.000Air Blank 03:42

# 1 0.099Subject Sample 03:43

1.714Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.096Subject Sample 03:45

1.617Breath Volume 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 06/14/2023 12:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:0606/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:43

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

SMITH

05/10/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

Air Blank 22:01 RFI Detect

Air Blank 22:02 RFI Detect

Data Download Date/Time: 06/14/2023 12:50

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:1606/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:43

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

SMITH

05/10/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:30

# 1 0.213Subject Sample 22:32

1.332Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.200Subject Sample 22:35

1.421Breath Volume 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 06/14/2023 12:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:5806/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:18

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

LACHAMBRE

05/10/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.081Control Test 00:39

0.000Air Blank 00:40

# 1Subject Sample 00:40 Subject Test Refused

0.000Breath Volume 00:40

0.000Air Blank 00:41

0.081Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 06/14/2023 12:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:0006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:29

Pinellas County SO

YEARGIN,DEP GENESIS

10/25/2024

AG229803

Pinellas County SO

YEARGIN,DEP GENESIS,

VORNDRAN

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.081Control Test 01:49

0.000Air Blank 01:50

# 1 0.160Subject Sample 01:50

2.046Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.164Subject Sample 01:53

2.265Breath Volume 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:55

Data Download Date/Time: 07/05/2023 16:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:2806/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

03:02

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

GALVAO

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.081Control Test 03:43

0.000Air Blank 03:43

# 1Subject Sample 03:44 Subject Test Refused

0.000Breath Volume 03:44

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 07/05/2023 16:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:3906/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:28

Pinellas County SO

CHURCHILL,CAMERON

10/25/2024

AG229803

Pinellas County SO

CHURCHILL,CAMERON,P

KADNER

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.081Control Test 23:45

0.000Air Blank 23:45

# 1 0.000Subject Sample 23:46

2.730Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.000Subject Sample 23:49

2.335Breath Volume 23:49

0.000Air Blank 23:49

0.081Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 07/05/2023 16:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1706/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:44

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

WARREN

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:06

0.000Air Blank 02:06

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 07/05/2023 16:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:0006/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

19:44

Pinellas County SO

ORTIZ,DEP ALBERT

10/25/2024

AG229803

Pinellas County SO

YEARGIN,DEP GENESIS,

VAUGHAN

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.081Control Test 20:27

0.000Air Blank 20:27

# 1 0.308Subject Sample 20:28

2.058Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.298Subject Sample 20:33

1.894Breath Volume 20:33

0.000Air Blank 20:34

0.081Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:35

Data Download Date/Time: 07/05/2023 16:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:2206/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:58

Pinellas County SO

CHURCHILL,CAMERON

10/25/2024

AG229803

Pinellas County SO

CHURCHILL,CAMERON,P

SPARE

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

# 1 0.084Subject Sample 23:26

3.398Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.085Subject Sample 23:29

1.890Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 07/05/2023 16:12

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0106/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

01:08

Jacksonville SO

IEZZI,M

05/05/2024

07622080A3

Jacksonville SO

POWELL,EDWARD,A

MADHOOSH

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.082Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:23

Data Download Date/Time: 06/14/2023 14:19

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:2606/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

19:30

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

POWELL,EDWARD,A

JOHNSON JR

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.081Control Test 21:05

0.000Air Blank 21:05

# 1Subject Sample 21:06 Subject Test Refused

0.000Breath Volume 21:06

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 06/14/2023 14:19

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:2706/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

21:46

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

POWELL,EDWARD,A

MILLS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.078Control Test 23:38

0.000Air Blank 23:39

# 1 0.127Subject Sample 23:40

1.605Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.125Subject Sample 23:43

1.863Breath Volume 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 06/14/2023 14:19

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:37:0106/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

14:42

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

ELDER,E,V

REYNOLDS

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:30

0.000Air Blank 16:30

0.081Control Test 16:31

0.000Air Blank 16:31

# 1 0.244Subject Sample 16:32

3.195Breath Volume 16:32

0.000Air Blank 16:33

0.000Air Blank 16:34

# 2 0.231Subject Sample 16:35

1.496Breath Volume 16:35

0.000Air Blank 16:36

0.078Control Test 16:36

0.000Air Blank 16:36

OKDiagnostics Check 16:37

Data Download Date/Time: 06/14/2023 14:20

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:5506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

15:50

Jacksonville SO

JOHNS,B

05/05/2024

07622080A3

Jacksonville SO

MARSHALL,SHAQUANIA,R

NORMAN

05/24/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:00

0.000Air Blank 18:00

0.084Control Test 18:01

0.000Air Blank 18:01

# 1 0.172Subject Sample 18:02

1.171Breath Volume 18:02

0.000Air Blank 18:02

0.000Air Blank 18:04

# 2 0.170Subject Sample 18:05

1.976Breath Volume 18:05

0.000Air Blank 18:05

0.080Control Test 18:06

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 06/14/2023 14:20

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:4006/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:39

FHP Troop C

RODRIGUEZ,ALEXANDER

04/05/2025

06023080A2

FHP Troop C

HERNANDEZ,ALAIN,

CORTEZ NOYOLA

06/20/2023

8100.27

ZEPHYRHILLS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.079Control Test 18:26

0.000Air Blank 18:26

# 1 0.279Subject Sample 18:28

2.046Breath Volume 18:28

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.263Subject Sample 18:31

1.453Breath Volume 18:31

0.000Air Blank 18:31

0.079Control Test 18:32

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 07/28/2023 14:57

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:5606/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:13

Hardee County SO

LOVELL,ADAM

06/24/2025

402477283

Hardee County SO

RODRIGUEZ,RAYNALDO,

GARCIA

05/31/2023

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:01

# 1Subject Sample 00:03 Subject Test Refused

0.000Breath Volume 00:03

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 06/30/2023 09:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:4006/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:21

Hardee County SO

LOVELL,ADAM

06/24/2025

402477283

Hardee County SO

RODRIGUEZ,RAYNALDO,

BANDA

05/31/2023

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:22

0.080Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 06/30/2023 09:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:51:5006/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:25

08:57

St. Petersburg PD

CLARK,B

06/05/2024

24620080A1

St. Petersburg PD

DAUGHETEE,N,A

LAMPLEY

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:45

0.000Air Blank 09:45

0.080Control Test 09:46

0.000Air Blank 09:46

# 1 0.000Subject Sample 09:47

1.160Breath Volume 09:47

0.000Air Blank 09:48

0.000Air Blank 09:50

# 2 0.000Subject Sample 09:50

2.824Breath Volume 09:50

0.000Air Blank 09:50

0.080Control Test 09:51

0.000Air Blank 09:51

OKDiagnostics Check 09:51

Data Download Date/Time: 06/21/2023 09:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:5406/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

21:30

St. Petersburg PD

PEREZ,S

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

HOLLINGSWORTH

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

# 1 0.000Subject Sample 21:38

2.878Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.000Subject Sample 21:41

2.937Breath Volume 21:41

0.000Air Blank 21:41

0.079Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 06/21/2023 09:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:5806/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:06

St. Petersburg PD

MARTINEAU,A

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

TEIGUE

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.078Control Test 21:57

0.000Air Blank 21:57

# 1Subject Sample 22:00 No Sample Provided

0.000Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2Subject Sample 22:03 Subject Test Refused

0.000Breath Volume 22:03

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 06/21/2023 09:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:0806/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:32

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

GOODWIN

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

# 1Subject Sample 22:47 Subject Test Refused

0.000Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 06/21/2023 09:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:4806/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:16

St. Petersburg PD

SEAY, III,KENNETH

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

BARTLEY

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.079Control Test 23:55

0.000Air Blank 23:55

# 2Subject Sample 23:58 No Sample Provided

0.000Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1Subject Sample 00:04 No Sample Provided

0.000Breath Volume 00:04

0.000Air Blank 00:04

0.078Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 06/21/2023 09:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:0106/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:22

St. Petersburg PD

SEAY, III,KENNETH

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

GARAFOLA

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.080Control Test 02:09

0.000Air Blank 02:09

# 1 0.140Subject Sample 02:10

1.308Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.141Subject Sample 02:13

1.765Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:15

Data Download Date/Time: 06/21/2023 09:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:1906/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:34

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

MARTINEAU,ARIC,J

SIL

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

# 1Subject Sample 00:23 No Sample Provided

0.000Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:0106/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:58

St. Petersburg PD

BROWN,EMILY

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

MARTIN

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.078Control Test 00:47

0.000Air Blank 00:48

# 1 0.193Subject Sample 00:49

1.539Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.189Subject Sample 00:52

1.882Breath Volume 00:52

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:54

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:0106/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:19

St. Petersburg PD

SEAY, III,KENNETH

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

TRAN

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:09

# 1 0.047Subject Sample 03:10

1.460Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.048Subject Sample 03:13

1.312Breath Volume 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:15

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:5106/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:32

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

WELLS

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.078Control Test 22:12

0.000Air Blank 22:12

# 1Subject Sample 22:15 No Sample Provided

0.000Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2Subject Sample 22:21 No Sample Provided

0.000Breath Volume 22:21

0.000Air Blank 22:21

0.080Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:34

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

MCGREANE

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

# 1 0.196Subject Sample 02:08

1.246Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.182Subject Sample 02:10

1.636Breath Volume 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:22

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

KINGSTON

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

# 1 0.000Subject Sample 04:07

1.941Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.000Subject Sample 04:10

1.750Breath Volume 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:52:5606/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:21

10:47

St. Petersburg PD

DAUGHETEE,NICHOLAS

06/05/2024

08622080A1

St. Petersburg PD

ESTOCH,JEFFREY,M

LANE

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:45

0.000Air Blank 11:46

0.079Control Test 11:46

0.000Air Blank 11:47

# 1 0.009Subject Sample 11:48

2.417Breath Volume 11:48

0.000Air Blank 11:48

0.000Air Blank 11:50

# 2 0.000Subject Sample 11:51

2.863Breath Volume 11:51

0.000Air Blank 11:52

0.078Control Test 11:52

0.000Air Blank 11:52

OKDiagnostics Check 11:52

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:27:1406/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:29

St. Petersburg PD

FISCHER,G

06/05/2024

24620080A1

St. Petersburg PD

DAUGHETEE,NICHOLAS,A

EGULF

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:20

0.000Air Blank 16:21

0.079Control Test 16:21

0.000Air Blank 16:21

# 1 0.184Subject Sample 16:22

2.167Breath Volume 16:22

0.000Air Blank 16:23

0.000Air Blank 16:25

# 2 0.188Subject Sample 16:25

2.203Breath Volume 16:25

0.000Air Blank 16:26

0.078Control Test 16:26

0.000Air Blank 16:27

OKDiagnostics Check 16:27

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:1106/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

19:07

St. Petersburg PD

GODRICH,K

11/05/2022

24620080A2

St. Petersburg PD

SESSIONS,C,L

DUBLE

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:39

0.000Air Blank 19:40

0.079Control Test 19:40

0.000Air Blank 19:41

# 1 0.227Subject Sample 19:42

1.773Breath Volume 19:42

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.223Subject Sample 19:45

1.859Breath Volume 19:45

0.000Air Blank 19:46

0.077Control Test 19:46

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:3006/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

03:45

St. Petersburg PD

BOWERS,ETHAN

06/05/2024

08622080A1

St. Petersburg PD

KLINE,NICOLE,S

MARSHALL

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.080Control Test 05:16

0.000Air Blank 05:16

# 1Subject Sample 05:19 Subject Test Refused

0.000Breath Volume 05:19

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:22:2206/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:23

16:23

St. Petersburg PD

MARINTEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

MARTINEAU,ARIC,

GENTRY

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:19

0.000Air Blank 17:20

0.080Control Test 17:20

0.000Air Blank 17:20

# 1Subject Sample 17:20 Subject Test Refused

0.000Breath Volume 17:20

0.000Air Blank 17:21

0.079Control Test 17:21

0.000Air Blank 17:22

OKDiagnostics Check 17:22

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:0906/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:18

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

HUBBS

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.079Control Test 01:51

0.000Air Blank 01:52

# 1 0.179Subject Sample 01:52

1.761Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.173Subject Sample 01:55

1.863Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4006/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:27

St. Petersburg PD

SEAY, III,KENNETH

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

ORTIZ

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:16

# 1 0.138Subject Sample 02:17

2.511Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.137Subject Sample 02:20

2.488Breath Volume 02:20

0.000Air Blank 02:20

0.078Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:5606/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:41

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

NGUYEN

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.080Control Test 23:25

0.000Air Blank 23:25

# 1 0.130Subject Sample 23:25

1.343Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.130Subject Sample 23:29

1.453Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:2306/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:37

18:09

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

SEAY,III,KENNETH,M

KENNEDY

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:05

0.080Control Test 19:05

0.000Air Blank 19:06

# 1 0.027Subject Sample 19:06

1.359Breath Volume 19:06

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.027Subject Sample 19:09

2.308Breath Volume 19:09

0.000Air Blank 19:10

0.079Control Test 19:10

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:3406/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:06

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

MARTINEAU,ARIC,J

CARLISLE

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

# 1 0.000Subject Sample 23:47

2.140Breath Volume 23:47

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.000Subject Sample 23:50

1.710Breath Volume 23:50

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:4106/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:06

St. Petersburg PD

SEAY,KEN

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

EVANS

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

# 1 0.029Subject Sample 02:39

1.496Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.031Subject Sample 02:42

1.179Breath Volume 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 06/21/2023 09:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:50

St. Petersburg PD

MCKINNON,C

06/05/2024

08622080A1

St. Petersburg PD

HOBART,C,T

CLINE

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.079Control Test 22:11

0.000Air Blank 22:11

# 1 0.188Subject Sample 22:12

4.226Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.170Subject Sample 22:15

3.382Breath Volume 22:15

0.000Air Blank 22:15

0.079Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:3006/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:41

St. Petersburg PD

THOMAS,KRISTEN

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

CHARLES

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:30

0.000Air Blank 06:31

0.080Control Test 06:31

0.000Air Blank 06:32

# 1Subject Sample 06:34 Subject Test Refused

0.000Breath Volume 06:34

0.000Air Blank 06:34

0.080Control Test 06:34

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:59:1706/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

07:21

St. Petersburg PD

DAUGHETEE,NICHOLAS

06/05/2024

24620080A1

St. Petersburg PD

DAUGHETEE,NICHOLAS,

PETERSON

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:55

0.000Air Blank 07:56

0.079Control Test 07:56

0.000Air Blank 07:57

# 1Subject Sample 07:58 Sequence Aborted

0.000Breath Volume 07:58

0.000Air Blank 07:59

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:2806/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:03

St. Petersburg PD

THOMAS,KRISTEN

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

TODOROVIC-MARKOVIC

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

# 1 0.209Subject Sample 03:48

1.402Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.208Subject Sample 03:51

2.527Breath Volume 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:4806/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:34

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

HAMMON

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.079Control Test 00:08

0.000Air Blank 00:08

# 1Subject Sample 00:11 No Sample Provided

0.000Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2Subject Sample 00:14 Subject Test Refused

0.000Breath Volume 00:14

0.000Air Blank 00:14

0.079Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:0706/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:44

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

KENTON

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.000Subject Sample 01:22

2.058Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.000Subject Sample 01:25

1.796Breath Volume 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:1006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:57

St. Petersburg PD

PEREZ,SAMANTHA

11/05/2022

24620080A2

St. Petersburg PD

VAN HOUTEN,JONATHAN,J

KYKER

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

# 1Subject Sample 04:10 No Sample Provided

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2Subject Sample 04:15 No Sample Provided

0.000Breath Volume 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:5606/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:40

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

MCGOVERN

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

# 1 0.186Subject Sample 02:18

3.058Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2Subject Sample 02:21 RFI Detect

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4106/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:38

St. Petersburg PD

ANDREE,MATTHEW

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

CARDONA

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 06/21/2023 09:49

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:0706/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:14

St. Petersburg PD

HALL,D

04/05/2025

06023080A1

St. Petersburg PD

SEAY, III,KENNETH,M

STEPHENS

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:05

# 1Subject Sample 02:09 No Sample Provided

0.000Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:06:1906/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

15:24

St. Petersburg PD

CLARK,B

04/05/2025

06023080A1

St. Petersburg PD

LENAHAN,RYAN,P

COOPER

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:00

0.000Air Blank 16:00

0.080Control Test 16:01

0.000Air Blank 16:01

# 1 0.000Subject Sample 16:02

2.683Breath Volume 16:02

0.000Air Blank 16:02

0.000Air Blank 16:04

# 2 0.000Subject Sample 16:04

2.496Breath Volume 16:04

0.000Air Blank 16:05

0.078Control Test 16:05

0.000Air Blank 16:06

OKDiagnostics Check 16:06

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:4706/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

20:35

St. Petersburg PD

SEAY, III,KENNETH

04/05/2025

06023080A1

St. Petersburg PD

SEAY, III,KENNETH,M

TROMBLEY

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:45

0.000Air Blank 20:45

0.079Control Test 20:46

0.000Air Blank 20:46

# 1 0.210Subject Sample 20:47

2.308Breath Volume 20:47

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.197Subject Sample 20:50

1.968Breath Volume 20:50

0.000Air Blank 20:50

0.077Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:1606/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:50

St. Petersburg PD

PEREZ,SAMANTHA

04/05/2025

06023080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

ALBINSON

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

# 1Subject Sample 22:37 No Sample Provided

0.000Breath Volume 22:37

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2Subject Sample 22:42 No Sample Provided

0.000Breath Volume 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2706/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:14

St. Petersburg PD

PEREZ,SAMANTHA

04/05/2025

06023080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

MUETZEL

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.080Control Test 01:47

0.000Air Blank 01:47

# 1 0.119Subject Sample 01:48

1.210Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.117Subject Sample 01:52

1.265Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:2806/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:23

St. Petersburg PD

BRACHNA,SAMUEL

04/05/2025

06023080A1

St. Petersburg PD

KOWALSKI,ASHLEY,A

LEBOEUF

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:10

# 1Subject Sample 05:13 No Sample Provided

0.000Breath Volume 05:13

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2Subject Sample 05:19 No Sample Provided

0.000Breath Volume 05:19

0.000Air Blank 05:19

0.080Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:1706/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:58

23:44

St. Petersburg PD

SEAY, III,KENNETH

04/05/2025

06023080A1

St. Petersburg PD

SEAY, III,KENNETH,M

LINEBAUGH

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1 0.143Subject Sample 00:23

1.820Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.139Subject Sample 00:26

1.253Breath Volume 00:26

0.000Air Blank 00:27

0.078Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:2806/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:27

St. Petersburg PD

WILLMES,AUSTIN

04/05/2025

06023080A1

St. Petersburg PD

KLINE,NICOLE,S

KOTECKI

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.078Control Test 05:22

0.000Air Blank 05:22

# 1Subject Sample 05:23 Subject Test Refused

0.000Breath Volume 05:23

0.000Air Blank 05:23

0.078Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:2806/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

22:05

St. Petersburg PD

MCKINNON,CHRISTIAN

04/05/2025

06023080A1

St. Petersburg PD

HORRIGAN,MATTHEW,D

WILLIAMSON

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.080Control Test 22:43

0.000Air Blank 22:43

# 1Subject Sample 22:46 Subject Test Refused

0.000Breath Volume 22:46

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:4206/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:57

St. Petersburg PD

THOMAS,KRISTEN

04/05/2025

06023080A1

St. Petersburg PD

THOMAS,KRISTEN,

VANDERPLATE

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:42

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:42

0.078Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:1906/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:32

St. Petersburg PD

MCKINNON,C

04/05/2025

06023080A1

St. Petersburg PD

HORRIGAN,MATTHEW,D

WHICKER

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:26

# 1 0.200Subject Sample 01:27

1.425Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.199Subject Sample 01:30

2.468Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:58:2706/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:19

10:54

St. Petersburg PD

SEAY, III,KENNETH

04/05/2025

06023080A1

St. Petersburg PD

SEAY, III,KENNETH,M

FLOYD

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:51

0.000Air Blank 11:52

0.079Control Test 11:52

0.000Air Blank 11:52

# 1 0.000Subject Sample 11:54

1.882Breath Volume 11:54

0.000Air Blank 11:54

0.000Air Blank 11:56

# 2 0.000Subject Sample 11:57

1.800Breath Volume 11:57

0.000Air Blank 11:57

0.078Control Test 11:57

0.000Air Blank 11:58

OKDiagnostics Check 11:58

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:04:0806/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:37

12:19

St. Petersburg PD

CLARK,BRENT

04/05/2025

06023080A1

St. Petersburg PD

CLARK,BRENT,D

ROBERTS

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:57

0.000Air Blank 13:57

0.079Control Test 13:57

0.000Air Blank 13:58

# 1 0.000Subject Sample 13:59

1.242Breath Volume 13:59

0.000Air Blank 14:00

0.000Air Blank 14:02

# 2 0.000Subject Sample 14:02

1.402Breath Volume 14:02

0.000Air Blank 14:03

0.079Control Test 14:03

0.000Air Blank 14:04

OKDiagnostics Check 14:04

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:22:1606/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:50

13:37

St. Petersburg PD

PEREZ,SAMANTHA

04/05/2025

06023080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

HARDWICK

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:16

0.000Air Blank 14:16

0.077Control Test 14:17

0.000Air Blank 14:17

# 1 0.023Subject Sample 14:18

1.734Breath Volume 14:18

0.000Air Blank 14:18

0.000Air Blank 14:20

# 2 0.023Subject Sample 14:20

1.835Breath Volume 14:20

0.000Air Blank 14:21

0.078Control Test 14:21

0.000Air Blank 14:22

OKDiagnostics Check 14:22

Data Download Date/Time: 07/28/2023 11:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:4506/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:18

St. Petersburg PD

GODERICH,KRISTINA

04/05/2025

06023080A1

St. Petersburg PD

BISHOP,CHRISTOPHER,M

JACOBOSKY

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

# 1 0.168Subject Sample 01:00

2.121Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.185Subject Sample 01:03

1.718Breath Volume 01:03

0.000Air Blank 01:03

0.079Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 07/28/2023 12:00

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2506/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:41

St. Petersburg PD

SEAY, III,KENNETH

04/05/2025

06023080A1

St. Petersburg PD

SEAY, III,KENNETH,M

HEPBURN

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

# 1 0.000Subject Sample 01:32

1.750Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.000Subject Sample 01:36

1.765Breath Volume 01:36

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 07/28/2023 12:00

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:0206/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:32

St. Petersburg PD

CHOUINARD,LUCAS

04/05/2025

06023080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

JENKINS

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

# 1 0.169Subject Sample 02:06

1.425Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.169Subject Sample 02:09

1.222Breath Volume 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:11

Data Download Date/Time: 07/28/2023 12:00

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:4906/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:33

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

DIEGO-ACEVEDO

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

# 1 0.176Subject Sample 20:27

2.113Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.182Subject Sample 20:32

1.324Breath Volume 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:0906/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:32

Largo PD

GRIGGS,J

11/05/2023

23621080A2

Indian Shores PD

QUICK,SHANE,C

THOMAS

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

# 1 0.000Subject Sample 22:46

2.867Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.000Subject Sample 22:49

2.257Breath Volume 22:49

0.000Air Blank 22:50

0.080Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:4106/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:44

16:14

Largo PD

SINGSON,ROLAND

11/05/2023

23621080A2

Largo PD

SINGSON,ROLAND,A

BROWN

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:05

0.000Air Blank 17:05

0.080Control Test 17:06

0.000Air Blank 17:06

# 1 0.000Subject Sample 17:07

4.000Breath Volume 17:07

0.000Air Blank 17:07

0.000Air Blank 17:09

# 2 0.000Subject Sample 17:10

4.046Breath Volume 17:10

0.000Air Blank 17:10

0.079Control Test 17:11

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:4206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

20:52

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

LEWIS

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:38

# 1 0.168Subject Sample 21:39

1.808Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.172Subject Sample 21:44

2.082Breath Volume 21:44

0.000Air Blank 21:44

0.079Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:3306/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:29

Largo PD

SINGSON,ROLAND

11/05/2023

23621080A2

Largo PD

SINGSON,ROLAND,A

SKEEN

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.079Control Test 21:28

0.000Air Blank 21:29

# 1 0.109Subject Sample 21:32

1.281Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.110Subject Sample 21:36

1.300Breath Volume 21:36

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:2106/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

17:10

Largo PD

SINGSON,ROLAND

11/05/2023

23621080A2

Largo PD

SINGSON,ROLAND,A

NEITH

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:00

0.000Air Blank 18:00

0.080Control Test 18:00

0.000Air Blank 18:01

# 1 0.000Subject Sample 18:02

1.957Breath Volume 18:02

0.000Air Blank 18:02

0.000Air Blank 18:04

# 2 0.000Subject Sample 18:04

1.699Breath Volume 18:04

0.000Air Blank 18:05

0.079Control Test 18:05

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:1406/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:31

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

RUBILDO

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:17

# 1 0.127Subject Sample 23:21 Volume Not Met

0.015Breath Volume 23:21

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.150Subject Sample 23:26 Volume Not Met

0.074Breath Volume 23:26

0.000Air Blank 23:27

0.078Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:4606/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:31

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

RUBILDO

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.078Control Test 23:33

0.000Air Blank 23:33

# 1 0.150Subject Sample 23:34

1.203Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.154Subject Sample 23:38

1.261Breath Volume 23:38

0.000Air Blank 23:38

0.078Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:0106/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:52

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

FRANDEKA

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

# 1Subject Sample 00:33 No Sample Provided

0.000Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.154Subject Sample 00:37

2.335Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 3 0.144Subject Sample 00:40

2.171Breath Volume 00:40

0.000Air Blank 00:41

0.077Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:42

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:3206/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:21

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

STADTMULLER

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:04

0.000Air Blank 23:04

0.079Control Test 23:05

0.000Air Blank 23:05

# 1 0.275Subject Sample 23:06

2.562Breath Volume 23:06

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.263Subject Sample 23:09

1.871Breath Volume 23:09

0.000Air Blank 23:09

0.078Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:47:3306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:14

06:42

Largo PD

GARDNER,ANTHONY

11/05/2023

23621080A2

Largo PD

HISA,NERITAN,

GARCIA-TOVAR

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:37

0.000Air Blank 07:38

0.080Control Test 07:38

0.000Air Blank 07:39

# 1Subject Sample 07:42 No Sample Provided

0.000Breath Volume 07:42

0.000Air Blank 07:42

0.000Air Blank 07:44

# 2Subject Sample 07:47 Sequence Aborted

0.000Breath Volume 07:47

0.000Air Blank 07:47

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:3406/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

00:14

Largo PD

HILL,CORNELIUS

11/05/2023

23621080A2

Indian Shores PD

CLARK,RYAN,N

NELSON

05/15/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:24

# 1 0.178Subject Sample 02:25

4.550Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.178Subject Sample 02:29

4.546Breath Volume 02:29

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 06/20/2023 12:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4006/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:05

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

DUCHARME

06/20/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 07/04/2023 13:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:3906/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:27

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

MONAHAN

06/20/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.079Control Test 21:14

0.000Air Blank 21:14

# 1 0.181Subject Sample 21:15

1.664Breath Volume 21:15

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.163Subject Sample 21:19

1.792Breath Volume 21:19

0.000Air Blank 21:19

0.079Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 07/04/2023 13:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:2206/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

19:29

Largo PD

GRIGGS,J

11/05/2023

23621080A2

Indian Shores PD

SINGSON,ROLAND,A

MURRAY

06/20/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:11

# 1Subject Sample 22:12 Subject Test Refused

0.000Breath Volume 22:12

0.000Air Blank 22:12

0.079Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 07/04/2023 13:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:0606/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:34

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

BARDWELL

06/20/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.079Control Test 00:16

0.000Air Blank 00:17

# 1Subject Sample 00:17 Subject Test Refused

0.000Breath Volume 00:17

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 07/04/2023 13:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:0906/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

20:04

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

WILLIAMS

06/20/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.079Control Test 20:53

0.000Air Blank 20:53

# 1 0.231Subject Sample 20:54

2.906Breath Volume 20:54

0.000Air Blank 20:54

Air Blank 20:56 Ambient Fail

0.000Air Blank 20:57

Data Download Date/Time: 07/04/2023 13:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:5306/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

20:04

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

WILLIAMS

06/20/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.078Control Test 21:00

0.000Air Blank 21:00

# 1 0.243Subject Sample 21:01

2.667Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:03

# 2 0.231Subject Sample 21:04

2.632Breath Volume 21:04

0.000Air Blank 21:04

0.078Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 07/04/2023 13:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1006/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:04

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

OLSON

06/20/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.079Control Test 23:08

0.000Air Blank 23:08

# 1Subject Sample 23:10 Subject Test Refused

0.000Breath Volume 23:10

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 07/04/2023 13:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:0206/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

05:05

Polk County SO

BAGGETT,TYLER

11/05/2024

26422080A1

Bartow PD

FERRELL,AUSTIN,G

POPHAM

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 06:05

0.000Air Blank 06:06

0.081Control Test 06:06

0.000Air Blank 06:07

# 1 0.032Subject Sample 06:08

2.792Breath Volume 06:08

0.000Air Blank 06:09

0.000Air Blank 06:10

# 2 0.031Subject Sample 06:11

2.570Breath Volume 06:11

0.000Air Blank 06:12

0.078Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:13

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1606/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

00:33

Bartow PD

HAMILTON,ROBERT

11/05/2024

26422080A1

Bartow PD

HAMILTON,ROBERT,E

NEWMAN

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

Air Blank 03:48 RFI Detect

0.000Air Blank 03:49

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:4206/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

00:33

Bartow PD

HAMILTON,ROBERT

11/05/2024

26422080A1

Bartow PD

HAMILTON,ROBERT,E

NEWMAN

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:55 No Sample Provided

0.000Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2Subject Sample 04:01 No Sample Provided

0.000Breath Volume 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:3306/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:27

18:04

Auburndale PD

BELCHER,ALEX

11/05/2024

26422080A1

Auburndale PD

BELCHER,ALEX,B

FLORES JIMON

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:51

0.081Control Test 18:51

0.000Air Blank 18:52

# 1 0.070Subject Sample 18:53

1.761Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.072Subject Sample 18:57

1.578Breath Volume 18:57

0.000Air Blank 18:57

0.079Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3806/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:20

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

LABISSIERE

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.081Control Test 03:22

0.000Air Blank 03:22

# 1Subject Sample 03:25 No Sample Provided

0.000Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2Subject Sample 03:31 No Sample Provided

0.000Breath Volume 03:31

0.000Air Blank 03:31

0.081Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:4606/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:05

Polk County SO

PAYNE,ABIGAIL

11/05/2024

26422080A1

Polk County SO

PAYNE,ABIGAIL,D

DUNN

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

# 1 0.166Subject Sample 04:01

1.980Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.162Subject Sample 04:05

1.656Breath Volume 04:05

0.000Air Blank 04:05

0.080Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:26:5106/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:44

05:08

Polk County SO

HODGES,MARCO

11/05/2024

26422080A1

Polk County SO

HODGES,MARCO,A

SANCHEZ-RAMIREZ

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:15

0.080Control Test 06:16

0.000Air Blank 06:16

# 1Subject Sample 06:19 No Sample Provided

0.000Breath Volume 06:19

0.000Air Blank 06:20

0.000Air Blank 06:22

# 2Subject Sample 06:25 No Sample Provided

0.000Breath Volume 06:25

0.000Air Blank 06:25

0.081Control Test 06:26

0.000Air Blank 06:26

OKDiagnostics Check 06:26

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:57:2906/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:47

06:20

Polk County SO

ALCALDE,ALEXANDER

11/05/2024

26422080A1

Polk County SO

COBERLY,AUSTIN,D

COBERLY

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:49

0.000Air Blank 07:50

0.081Control Test 07:50

0.000Air Blank 07:51

# 1 0.077Subject Sample 07:52

3.582Breath Volume 07:52

0.000Air Blank 07:53

0.000Air Blank 07:55

# 2 0.069Subject Sample 07:55

3.332Breath Volume 07:55

0.000Air Blank 07:56

0.080Control Test 07:56

0.000Air Blank 07:57

OKDiagnostics Check 07:57

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:0506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:19

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

FERNANDEZ GONZALEZ

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:29

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:30

# 1 0.293Subject Sample 21:31

1.300Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:33

# 2 0.277Subject Sample 21:34

1.820Breath Volume 21:34

0.000Air Blank 21:35

0.079Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:2706/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

15:38

Polk County SO

LUCAS,NETHANIAL

11/05/2024

26422080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

SPIELMAN

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:46

0.000Air Blank 16:46

0.080Control Test 16:46

0.000Air Blank 16:47

# 1Subject Sample 16:50 No Sample Provided

0.000Breath Volume 16:50

0.000Air Blank 16:50

0.000Air Blank 16:52

# 2Subject Sample 16:56 No Sample Provided

0.000Breath Volume 16:56

0.000Air Blank 16:56

0.079Control Test 16:56

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 06/13/2023 11:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:0206/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:01

Polk County SO

HEIDEL,RALPH

11/05/2024

26422080A1

Polk County SO

ANDREWS,TYREE,J

LORENZO

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:00

# 1Subject Sample 01:04 No Sample Provided

0.000Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2Subject Sample 01:09 No Sample Provided

0.000Breath Volume 01:09

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:11

Data Download Date/Time: 06/13/2023 11:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:5206/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

19:56

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

MIMS

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:44

0.079Control Test 20:45

0.000Air Blank 20:45

# 1Subject Sample 20:48 No Sample Provided

0.000Breath Volume 20:48

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2Subject Sample 20:54 No Sample Provided

0.000Breath Volume 20:54

0.000Air Blank 20:54

0.079Control Test 20:55

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 06/13/2023 11:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4406/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:28

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

CARRICHI

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

# 1 0.026Subject Sample 01:34

2.039Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.025Subject Sample 01:37

2.125Breath Volume 01:37

0.000Air Blank 01:37

0.080Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 06/13/2023 11:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:1506/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:14

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

RAMIREZ MELENDEZ

05/18/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.080Control Test 04:12

0.000Air Blank 04:12

# 1 0.247Subject Sample 04:13

1.148Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:15

# 2 0.264Subject Sample 04:16

1.761Breath Volume 04:16

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 06/13/2023 11:47

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:3406/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:03

Auburndale PD

BELCHER,ALEX

11/05/2024

26422080A1

Auburndale PD

BELCHER,ALEX,B

WELCH

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.081Control Test 04:52

0.000Air Blank 04:52

# 1 0.000Subject Sample 04:53

2.156Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.000Subject Sample 04:56

1.480Breath Volume 04:56

0.000Air Blank 04:56

0.081Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4806/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:20

Auburndale PD

PROPST,JOHN

11/05/2024

26422080A1

Auburndale PD

PROPST,JOHN,B

GONZALEZ-AYALA

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:11

# 1 0.000Subject Sample 00:12

2.375Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.000Subject Sample 00:15

2.140Breath Volume 00:15

0.000Air Blank 00:15

0.081Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:14

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

LOUNSBURY

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.081Control Test 03:22

0.000Air Blank 03:22

# 1 0.000Subject Sample 03:23

2.582Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.000Subject Sample 03:26

2.250Breath Volume 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:59:4406/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:25

08:40

Polk County SO

MOYA,NATHANIEL

11/05/2024

26422080A1

Haines City PD

TRUDEAU,COREY,A

GRISALES

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:53

0.000Air Blank 09:53

0.080Control Test 09:54

0.000Air Blank 09:54

# 1 0.118Subject Sample 09:55

1.960Breath Volume 09:55

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.120Subject Sample 09:58

2.726Breath Volume 09:58

0.000Air Blank 09:58

0.081Control Test 09:59

0.000Air Blank 09:59

OKDiagnostics Check 09:59

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:0406/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

18:39

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

ORTEGA

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.079Control Test 19:42

0.000Air Blank 19:42

# 1Subject Sample 19:46 No Sample Provided

0.000Breath Volume 19:46

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2Subject Sample 19:51 No Sample Provided

0.000Breath Volume 19:51

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:52

OKDiagnostics Check 19:53

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:1106/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

18:20

FHP Troop K

GUABA,JASON

11/05/2024

26422080A1

FHP Troop K

GUABA,JASON,T

GORDON

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.080Control Test 20:31

0.000Air Blank 20:31

# 1Subject Sample 20:31 Subject Test Refused

0.000Breath Volume 20:31

0.000Air Blank 20:32

0.080Control Test 20:32

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:5006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:30

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

WILSON

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

# 1 0.125Subject Sample 22:44

2.187Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.135Subject Sample 22:47

1.898Breath Volume 22:47

0.000Air Blank 22:47

0.080Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5706/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

22:47

Polk County SO

BECEGATO,ADRIAN

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

GOLLENA ORTIZ

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

# 1 0.000Subject Sample 01:26

2.277Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.000Subject Sample 01:29

1.996Breath Volume 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:1506/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:35

14:05

Polk County SO

WALLISER,SHAUN

11/05/2024

26422080A1

Polk County SO

TRUDEAU,COREY,A

BOCK

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:05

0.000Air Blank 15:05

0.080Control Test 15:05

0.000Air Blank 15:06

# 1 0.267Subject Sample 15:07

1.613Breath Volume 15:07

0.000Air Blank 15:08

0.000Air Blank 15:10

# 2 0.249Subject Sample 15:10

1.226Breath Volume 15:10

0.000Air Blank 15:11

0.078Control Test 15:11

0.000Air Blank 15:12

OKDiagnostics Check 15:12

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0606/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:03

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

SANTOLALLA

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:57

# 1 0.237Subject Sample 00:58

2.972Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.239Subject Sample 01:01

2.648Breath Volume 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:2606/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

04:36

Polk County SO

HODGES,MARCO

11/05/2024

26422080A1

Polk County SO

HODGES,MARCO,A

ARELLANO-APOLINAR

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:38

# 1 0.178Subject Sample 05:38

1.910Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:41

# 2 0.174Subject Sample 05:41

1.550Breath Volume 05:41

0.000Air Blank 05:42

0.079Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:4706/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:29

Polk County SO

REGISTER,JUSTIN

11/05/2024

26422080A1

Polk County SO

REGISTER,JUSTIN,D

FERGUSON

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.080Control Test 01:25

0.000Air Blank 01:25

# 1 0.281Subject Sample 01:26

1.347Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.285Subject Sample 01:29

1.703Breath Volume 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:2306/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:54

FHP Troop C

ARBANAS,SHANE

11/05/2024

26422080A1

FHP Troop C

ARBANAS,SHANE,M

ADKINSSON JR

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:49

0.000Air Blank 04:49

# 1Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.081Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:0406/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:38

Polk County SO

REGISTER,JUSTIN

11/05/2024

26422080A1

Polk County SO

REGISTER,JUSTIN,D

TURNER

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.079Control Test 05:23

0.000Air Blank 05:23

# 1 0.182Subject Sample 05:24

1.562Breath Volume 05:24

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.190Subject Sample 05:27

1.972Breath Volume 05:27

0.000Air Blank 05:28

0.080Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:29

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:1806/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:43

Polk County SO

REGISTER,JUSTIN

11/05/2024

26422080A1

Polk County SO

REGISTER,JUSTIN,D

DELEON

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

# 1Subject Sample 01:46 Subject Test Refused

0.000Breath Volume 01:46

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 07/13/2023 10:40

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1606/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:10

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

PACATTE

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:20 No Sample Provided

0.000Breath Volume 01:20

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2Subject Sample 01:25 No Sample Provided

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 07/13/2023 10:41

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1206/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:35

Bartow PD

SAINT JUSTE,YVENS

11/05/2024

26422080A1

Bartow PD

HAMILTON,ROBERT,E

FIELD

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.000Subject Sample 03:25 Volume Not Met

1.027Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2Subject Sample 03:30 No Sample Provided

0.000Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 07/13/2023 10:41

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:25:5206/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:43

13:03

Polk County SO

ALCALDE,ALEXANDER

11/05/2024

26422080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

RIVERA

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:19

0.000Air Blank 14:19

0.080Control Test 14:20

0.000Air Blank 14:20

# 1 0.000Subject Sample 14:21

2.046Breath Volume 14:21

0.000Air Blank 14:21

0.000Air Blank 14:23

# 2 0.000Subject Sample 14:24

1.593Breath Volume 14:24

0.000Air Blank 14:24

0.081Control Test 14:25

0.000Air Blank 14:25

OKDiagnostics Check 14:25

Data Download Date/Time: 07/13/2023 10:41

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:2206/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

20:47

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

OJEDA

06/13/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:52

# 1 0.170Subject Sample 21:53

2.402Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.166Subject Sample 21:56

2.292Breath Volume 21:56

0.000Air Blank 21:57

0.079Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 07/13/2023 10:41

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:18:0906/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

14:00

Plantation PD

FORTEZA,CRYSTAL

04/05/2025

24620080A2

Plantation PD

FORTEZA,CRYSTAL,L

FORTEZA

05/31/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:11

0.000Air Blank 15:11

0.079Control Test 15:12

0.000Air Blank 15:12

# 1 0.000Subject Sample 15:13

2.960Breath Volume 15:13

0.000Air Blank 15:14

0.000Air Blank 15:16

# 2 0.000Subject Sample 15:16

3.050Breath Volume 15:16

0.000Air Blank 15:17

0.078Control Test 15:17

0.000Air Blank 15:18

OKDiagnostics Check 15:18

Data Download Date/Time: 07/03/2023 12:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0906/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:38

Plantation PD

FARQUHARSON,KEVIN

04/05/2025

223083

Plantation PD

FARQUHARSON,KEVIN,D

LECHUGA CABRERA

05/31/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:05

# 1 0.000Subject Sample 23:05

1.480Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.000Subject Sample 23:08

1.164Breath Volume 23:08

0.000Air Blank 23:09

0.079Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 07/03/2023 12:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:2106/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:14

Plantation PD

FARQUHARSON,KEVIN

04/05/2025

223083

Plantation PD

BROWN,EDDIE,T

RAMNARINE

05/31/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

# 1 0.171Subject Sample 00:23 Volume Not Met

1.058Breath Volume 00:23

Air Blank 00:24 Purge Fail

0.000Air Blank 00:25

Data Download Date/Time: 07/03/2023 12:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:14

Plantation PD

FARQUHARSON,KEVIN

04/05/2025

223083

Plantation PD

BROWN,EDDIE,T

RAMNARINE

05/31/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.075Control Test 00:30

0.000Air Blank 00:31

# 1 0.152Subject Sample 00:32

1.558Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.175Subject Sample 00:35

2.164Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 3 0.164Subject Sample 00:39

2.425Breath Volume 00:39

0.000Air Blank 00:40

0.076Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 07/03/2023 12:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:3006/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:13

Plantation PD

FARQUHARSON,KEVIN

04/05/2025

223083

Plantation PD

BROWN,EDDIE,T

THOMPSON JR

05/31/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

# 1 0.101Subject Sample 02:01

2.832Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.103Subject Sample 02:04

2.339Breath Volume 02:04

0.000Air Blank 02:05

0.078Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 07/03/2023 12:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:3706/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

20:58

Plantation PD

FARQUHARSON,K

04/05/2025

223083

Plantation PD

MIOT,XAVIER,

SILBERMAN

05/31/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

# 1 0.000Subject Sample 22:35

1.878Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.000Subject Sample 22:38

2.046Breath Volume 22:38

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 07/03/2023 12:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0906/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

00:49

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

WASHINGTON

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.101Subject Sample 03:28

2.589Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.103Subject Sample 03:31

2.910Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:1606/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

20:45

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

BOONE

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

22:43 Sequence Aborted

0.000Air Blank 22:44

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1906/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

20:45

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

BOONE

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:06

# 1 0.145Subject Sample 23:07

1.460Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.140Subject Sample 23:10

1.988Breath Volume 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:00

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

COLINDREZ OLIVA

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0306/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

03:15

Jacksonville SO

MULLIS,M

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

VICENTE CABRERA

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.080Control Test 04:54

0.000Air Blank 04:55

# 1Subject Sample 04:55 Subject Test Refused

0.000Breath Volume 04:55

0.000Air Blank 04:56

0.081Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:57

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:3606/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:09

04:49

Jacksonville SO

CLARK,J

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

ROBINSON

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:30

0.080Control Test 06:30

0.000Air Blank 06:31

# 1 0.039Subject Sample 06:31

1.414Breath Volume 06:31

0.000Air Blank 06:32

0.000Air Blank 06:34

# 2 0.039Subject Sample 06:35

2.882Breath Volume 06:35

0.000Air Blank 06:35

0.080Control Test 06:36

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2006/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:02

Jacksonville SO

HILLIER,J

05/05/2024

07622080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

SIMMONS

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.081Control Test 00:43

0.000Air Blank 00:43

# 1 0.197Subject Sample 00:44

2.179Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.185Subject Sample 00:47

1.710Breath Volume 00:47

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5606/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:15

Jacksonville SO

TYSON,A

05/05/2024

07622080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

WILLIAMS

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

# 1Subject Sample 03:04 Subject Test Refused

0.000Breath Volume 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:2406/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

02:16

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

BAYRON

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.081Control Test 04:57

0.000Air Blank 04:57

# 1 0.000Subject Sample 04:58

3.128Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.000Subject Sample 05:01

3.113Breath Volume 05:01

0.000Air Blank 05:01

0.081Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 07/18/2023 14:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:5506/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

00:00

FHP Troop C

LOGAN,ZACHARY

01/08/2024

1433249

FHP Troop C

LOGAN,ZACHARY,S

HOLCOMB

05/29/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.078Control Test 00:22

0.000Air Blank 00:22

# 1 0.165Subject Sample 00:23

1.226Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.155Subject Sample 00:27

1.406Breath Volume 00:27

0.000Air Blank 00:27

0.078Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 06/22/2023 17:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:1406/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:42

FHP Troop C

LOGAN,ZACHARY

01/08/2024

1433249

FHP Troop C

LOGAN,ZACHARY,S

ROSADO

05/29/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.079Control Test 22:04

0.000Air Blank 22:04

# 1 0.000Subject Sample 22:04

2.816Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.000Subject Sample 22:07

1.972Breath Volume 22:07

0.000Air Blank 22:08

0.076Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 06/22/2023 17:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:1006/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:17

14:17

FHP Troop A

LITTLE,NICHOLAS

04/21/2024

1482048

FHP Troop A

LITTLE,NICHOLAS,M

VILLA RODRIGUEZ

05/01/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.080Control Test 23:40

0.000Air Blank 23:40

# 1 0.014Subject Sample 23:41

1.777Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.013Subject Sample 23:44

2.613Breath Volume 23:44

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 07/06/2023 21:26

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:46:5506/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:42

FHP Troop A

ABRAHAM,ERIC

04/21/2024

1482048

FHP Troop A

ABRAHAM,ERIC,D

PADGETT

05/01/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.080Control Test 18:41

0.000Air Blank 18:41

# 1 0.055Subject Sample 18:42

2.164Breath Volume 18:42

0.000Air Blank 18:43

0.000Air Blank 18:44

# 2 0.055Subject Sample 18:45

2.023Breath Volume 18:45

0.000Air Blank 18:46

0.080Control Test 18:46

0.000Air Blank 18:46

OKDiagnostics Check 18:46

Data Download Date/Time: 07/06/2023 21:26

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5806/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:41

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

PEREZ BARBONTIN

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:23

# 1 0.191Subject Sample 00:24

1.878Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.186Subject Sample 00:28

1.859Breath Volume 00:28

0.000Air Blank 00:29

0.077Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:3006/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:30

FHP Troop C

GRIFFIN,RAEFORD

06/05/2024

08622080A2

FHP Troop C

GRIFFIN,RAEFORD,L

DIAZ SEIN

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.078Control Test 20:31

0.000Air Blank 20:32

# 1 0.169Subject Sample 20:34

1.261Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:36

# 2 0.181Subject Sample 20:37

2.421Breath Volume 20:37

0.000Air Blank 20:38

0.078Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:3306/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:38

FHP Troop C

SMITH,WILLIAM

06/05/2024

08622080A2

FHP Troop C

SMITH,WILLIAM,T

DELONG

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.079Control Test 21:43

0.000Air Blank 21:43

# 1 0.183Subject Sample 21:44

1.464Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.176Subject Sample 21:47

1.937Breath Volume 21:47

0.000Air Blank 21:47

0.078Control Test 21:47

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:2806/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

08:34

FHP Troop C

SNYDER,ADRIANNE

06/05/2024

08622080A2

FHP Troop C

SNYDER,ADRIANNE,M

HUDSON

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.078Control Test 22:16

0.000Air Blank 22:16

# 1 0.132Subject Sample 22:17

1.929Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.136Subject Sample 22:19

2.269Breath Volume 22:19

0.000Air Blank 22:20

0.078Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:5806/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:58

Pasco County SO

HAMMELMAN,TYLER

06/05/2024

08622080A2

Pasco County SO

HAMMELMAN,TYLER,

DUMENKO

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:04

# 1 0.133Subject Sample 02:06

1.234Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.143Subject Sample 02:10

1.398Breath Volume 02:10

0.000Air Blank 02:11

0.077Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:44:5906/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:06

08:14

Pasco County SO

COOKE,JUSTIN

06/05/2024

08622080A2

Pasco County SO

COOKE,JUSTIN,J

WARNER

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:44

Air Blank 09:44 RFI Detect

0.000Air Blank 09:44

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:54:4806/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:06

08:14

Pasco County SO

COOKE,JUSTIN

06/05/2024

08622080A2

Pasco County SO

COOKE,JUSTIN,J

WARNER

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:48

0.000Air Blank 09:48

0.078Control Test 09:48

0.000Air Blank 09:49

# 1 0.105Subject Sample 09:50

2.828Breath Volume 09:50

0.000Air Blank 09:50

0.000Air Blank 09:52

# 2 0.088Subject Sample 09:53

1.179Breath Volume 09:53

0.000Air Blank 09:53

0.078Control Test 09:54

0.000Air Blank 09:54

OKDiagnostics Check 09:54

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:5306/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:24

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

GIANCOLA

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:42

0.080Control Test 05:42

0.000Air Blank 05:42

# 1 0.087Subject Sample 05:43

1.890Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:45

# 2 0.093Subject Sample 05:46

2.628Breath Volume 05:46

0.000Air Blank 05:46

0.079Control Test 05:47

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:0406/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:51

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

FIGUEROA MATUTE

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:31

# 1 0.225Subject Sample 20:32

1.699Breath Volume 20:32

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.233Subject Sample 20:35

1.718Breath Volume 20:35

0.000Air Blank 20:36

0.078Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:37

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:04:2106/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:35

15:32

Pasco County SO

ALVIS,R

06/05/2024

08622080A2

FFWCC (Lakeland)

DAUGHERTY,D,M

JOSEPH

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.079Control Test 17:58

0.000Air Blank 17:59

# 1 0.000Subject Sample 17:59

3.621Breath Volume 17:59

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.000Subject Sample 18:02

2.656Breath Volume 18:02

0.000Air Blank 18:03

0.079Control Test 18:03

0.000Air Blank 18:04

OKDiagnostics Check 18:04

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:1706/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:15

FHP Troop C

SMITH,WILLIAM

06/05/2024

08622080A2

FHP Troop C

SMITH,WILLIAM,T

MILES

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.079Control Test 20:32

0.000Air Blank 20:33

# 1 0.132Subject Sample 20:33

2.453Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2 0.132Subject Sample 20:36

2.117Breath Volume 20:36

0.000Air Blank 20:37

0.079Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:0006/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:02

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

ROSELL

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:24

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:3706/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

23:29

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

FITZPATRICK

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:4906/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

22:53

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

JOSEPH

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

# 1Subject Sample 00:42 Subject Test Refused

0.000Breath Volume 00:42

0.000Air Blank 00:42

0.079Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1506/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:27

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

GREENLAND

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.079Control Test 01:28

0.000Air Blank 01:28

# 1 0.000Subject Sample 01:29

2.812Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:32

2.773Breath Volume 01:32

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5806/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:15

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

HILL

05/08/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.078Control Test 04:26

0.000Air Blank 04:26

# 1 0.102Subject Sample 04:27

2.640Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.098Subject Sample 04:30

2.250Breath Volume 04:30

0.000Air Blank 04:31

0.078Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 07/11/2023 15:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:04:0206/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:34

06:51

FHP Troop D

EDWARDS,ABIGAYLE

01/05/2024

33321080A3

FHP Troop D

EDWARDS,ABIGAYLE,A

CULVER

05/09/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:54

0.000Air Blank 07:55

0.081Control Test 07:55

0.000Air Blank 07:55

# 1 0.179Subject Sample 07:56

2.312Breath Volume 07:56

0.000Air Blank 07:57

0.000Air Blank 07:58

# 2 0.154Subject Sample 07:59

2.816Breath Volume 07:59

0.000Air Blank 08:00

0.000Air Blank 08:01

# 3 0.176Subject Sample 08:02

3.656Breath Volume 08:02

0.000Air Blank 08:03

0.081Control Test 08:03

0.000Air Blank 08:03

OKDiagnostics Check 08:04

Data Download Date/Time: 07/02/2023 18:19

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:2806/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:30

Polk County SO

REGISTER,JUSTIN

11/05/2024

26422080A1

Polk County SO

REGISTER,JUSTIN,D

FRANCISCO MATEO

05/18/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.079Control Test 18:53

0.000Air Blank 18:53

# 1 0.207Subject Sample 18:55

2.167Breath Volume 18:55

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.199Subject Sample 18:57

1.933Breath Volume 18:57

0.000Air Blank 18:58

0.079Control Test 18:58

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 06/13/2023 11:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:0406/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:42

Auburndale PD

BELCHER,ALEX

11/05/2024

26422080A1

Auburndale PD

BELCHER,ALEX,B

HERNANDEZ HERNANDEZ

06/13/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:41

# 1 0.102Subject Sample 04:42

2.187Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:44

# 2 0.095Subject Sample 04:45

1.695Breath Volume 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:47

Data Download Date/Time: 07/13/2023 10:52

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:1406/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

12:05

Putnam County SO

FERGUSON,SHANNON

12/05/2023

28021080A2

Putnam County SO

PLEIMAN,ERIC,M

LITTLE

05/04/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.079Control Test 00:27

0.000Air Blank 00:27

# 1 0.197Subject Sample 00:27

1.562Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.202Subject Sample 00:30

3.453Breath Volume 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 06/09/2023 08:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:08:5606/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

13:44

Putnam County SO

GORDON,CURTIS

12/05/2023

28021080A2

FHP Troop G

BISHOP,TREVOR,C

RAUSCH

06/09/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:02

0.000Air Blank 16:02

0.079Control Test 16:03

0.000Air Blank 16:03

# 1 0.220Subject Sample 16:04

2.031Breath Volume 16:04

0.000Air Blank 16:05

0.000Air Blank 16:07

# 2 0.231Subject Sample 16:07

1.695Breath Volume 16:07

0.000Air Blank 16:08

0.078Control Test 16:08 Interferent Detect

0.000Air Blank 16:08

Data Download Date/Time: 07/28/2023 12:11

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:0406/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:26

Putnam County SO

JONES,HUNTER

12/05/2023

28021080A2

Putnam County SO

PLEIMAN,ERIC,M

MOORE

06/09/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:30

# 1 0.148Subject Sample 22:30

2.277Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.149Subject Sample 22:33

2.511Breath Volume 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:34

OKDiagnostics Check 22:35

Data Download Date/Time: 07/28/2023 12:12

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:45:4306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:16

06:30

Putnam County SO

MIZELL,HAILEY

12/05/2023

28021080A2

Palatka PD

THOMAS,DUSTIN,A

LOPEZ

06/09/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:39

0.000Air Blank 07:40

0.079Control Test 07:40

0.000Air Blank 07:40

# 1 0.176Subject Sample 07:41

1.625Breath Volume 07:41

0.000Air Blank 07:41

0.000Air Blank 07:43

# 2 0.181Subject Sample 07:44

2.027Breath Volume 07:44

0.000Air Blank 07:44

0.079Control Test 07:45

0.000Air Blank 07:45

OKDiagnostics Check 07:45

Data Download Date/Time: 07/28/2023 12:12

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:17:3306/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:44

12:19

Volusia County SO

MALETTO,NICHOLAS

03/25/2025

402397742

Volusia County SO

MALETTO,NICHOLAS,R

NUGENT

05/30/2023

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:11

0.000Air Blank 13:11

0.078Control Test 13:12

0.000Air Blank 13:12

# 1 0.139Subject Sample 13:13

1.171Breath Volume 13:13

0.000Air Blank 13:13

0.000Air Blank 13:15

# 2 0.140Subject Sample 13:16

1.460Breath Volume 13:16

0.000Air Blank 13:16

0.077Control Test 13:16

0.000Air Blank 13:17

OKDiagnostics Check 13:17

Data Download Date/Time: 06/13/2023 11:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.


