
80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4606/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:13

DORAL PD

PULLES,ALBERTO

04/05/2024

06022080A2

DORAL PD

PULLES,ALBERTO,

BLASCO PARRA

05/22/2023

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

# 1 0.225Subject Sample 04:08

1.195Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.231Subject Sample 04:12

2.527Breath Volume 04:12

0.000Air Blank 04:12

0.078Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 06/23/2023 21:02

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5506/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:20

DORAL PD

PULLES,ALBERTO

04/05/2024

06022080A2

DORAL PD

PULLES,ALBERTO,

VACA RINCON

05/22/2023

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

# 1 0.184Subject Sample 03:12

1.480Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.193Subject Sample 03:16

1.621Breath Volume 03:16

0.000Air Blank 03:17

0.077Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/23/2023 21:02

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:4606/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

04:05

DORAL PD

PULLES,ALBERTO

04/05/2024

06022080A2

DORAL PD

PULLES,ALBERTO,

JIMENEZ

06/23/2023

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.077Control Test 04:56

0.000Air Blank 04:56

# 1 0.200Subject Sample 04:57

2.363Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.184Subject Sample 05:01

2.296Breath Volume 05:01

0.000Air Blank 05:01

0.074Control Test 05:02 Control Outside Tolerance

0.000Air Blank 05:02

Data Download Date/Time: 07/26/2023 21:07

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1606/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:13

MIAMI-DADE PD

ROCHA,C

01/05/2024

33321080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

DIORIO

05/11/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.078Control Test 03:03

0.000Air Blank 03:04

# 1Subject Sample 03:07 No Sample Provided

0.000Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.106Subject Sample 03:10

1.699Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:12

# 3 0.101Subject Sample 03:13

1.109Breath Volume 03:13

0.000Air Blank 03:14

0.078Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 06/09/2023 07:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:12:1106/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:39

08:02

MIAMI-DADE PD

SAINTILIEN,BOB

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

COREAVASQUEZ

05/11/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:05

0.000Air Blank 09:06

0.078Control Test 09:06

0.000Air Blank 09:07

# 1 0.169Subject Sample 09:07

1.511Breath Volume 09:07

0.000Air Blank 09:08

0.000Air Blank 09:10

# 2 0.160Subject Sample 09:10

1.867Breath Volume 09:10

0.000Air Blank 09:11

0.078Control Test 09:11

0.000Air Blank 09:12

OKDiagnostics Check 09:12

Data Download Date/Time: 06/09/2023 07:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:0106/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:05

19:42

MIAMI-DADE PD

RODRIGUEZ,ROBERTO

01/05/2024

33321080A2

FFWCC (SOUTH A)

PACHECO,GEORGE,

RODRIGUEZ

05/11/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.078Control Test 21:26

0.000Air Blank 21:27

# 1 0.114Subject Sample 21:30

1.808Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.098Subject Sample 21:34

1.214Breath Volume 21:34

0.000Air Blank 21:35

0.078Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:36

Data Download Date/Time: 06/09/2023 07:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:2206/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:18

MIAMI-DADE PD

PACHECO,GEORGE

01/05/2024

33321080A2

MIAMI-DADE PD

PACHECO,GEORGE,

LOPEZ ARGUELLO, LES

05/11/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.078Control Test 00:24

0.000Air Blank 00:25

# 1 0.121Subject Sample 00:25

2.449Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.119Subject Sample 00:28

1.917Breath Volume 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 06/09/2023 07:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:01:3306/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:27

09:09

MIAMI-DADE PD

SAINTILIEN,BOB

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

ROSALES RUEDA

06/09/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:55

0.000Air Blank 10:55

0.078Control Test 10:56

0.000Air Blank 10:56

# 1 0.096Subject Sample 10:57

1.789Breath Volume 10:57

0.000Air Blank 10:57

0.000Air Blank 10:59

# 2 0.092Subject Sample 11:00

1.414Breath Volume 11:00

0.000Air Blank 11:00

0.079Control Test 11:00

0.000Air Blank 11:01

OKDiagnostics Check 11:01

Data Download Date/Time: 07/06/2023 02:41

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:22:4806/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:15

09:57

MIAMI-DADE PD

FRANCO,GREGORY

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

MATAMOROS

06/09/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:16

0.000Air Blank 11:16

0.079Control Test 11:17

0.000Air Blank 11:17

# 1 0.117Subject Sample 11:18

2.644Breath Volume 11:18

0.000Air Blank 11:18

0.000Air Blank 11:20

# 2 0.124Subject Sample 11:21

1.933Breath Volume 11:21

0.000Air Blank 11:21

0.079Control Test 11:22

0.000Air Blank 11:22

OKDiagnostics Check 11:22

Data Download Date/Time: 07/06/2023 02:41

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:09:4906/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:44

09:56

MIAMI-DADE PD

SAINTILIEN,BOB

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

ORIENTAL

06/09/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:08

Air Blank 11:09 RFI Detect

0.000Air Blank 11:09

Data Download Date/Time: 07/06/2023 02:41

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:18:5906/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:44

09:56

MIAMI-DADE PD

SAINTILIEN,BOB

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

ORIENTAL

06/09/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:12

0.000Air Blank 11:12

0.078Control Test 11:13

0.000Air Blank 11:13

# 1 0.160Subject Sample 11:14

2.046Breath Volume 11:14

0.000Air Blank 11:15

0.000Air Blank 11:17

# 2 0.156Subject Sample 11:17

2.082Breath Volume 11:17

0.000Air Blank 11:18

0.077Control Test 11:18

0.000Air Blank 11:18

OKDiagnostics Check 11:18

Data Download Date/Time: 07/06/2023 02:41

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:5506/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

05:16

MIAMI-DADE PD

QUINTANA,JORGE

01/05/2024

33321080A2

MIAMI-DADE PD

QUINTANA,JORGE,F

PEREIRA

06/02/2023

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:57

0.000Air Blank 05:57

0.079Control Test 05:58

0.000Air Blank 05:58

# 1 0.243Subject Sample 05:59

3.218Breath Volume 05:59

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.242Subject Sample 06:02

3.066Breath Volume 06:02

0.000Air Blank 06:02

0.078Control Test 06:03

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 07/14/2023 01:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:3306/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

20:45

Jacksonville SO

HARRELL,R

02/05/2025

01923080A4

Jacksonville SO

DINKINS,CHRISTOPHER,D

OLVERA HERNANDEZ

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:24

# 1 0.080Subject Sample 22:25

1.585Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.081Subject Sample 22:28

1.875Breath Volume 22:28

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 06/14/2023 13:58

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:3406/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:00

Jacksonville SO

CLARK,C

02/05/2025

01923080A4

Jacksonville SO

DINKINS,CHRISTOPHER,D

GAYLORD

05/23/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1 0.166Subject Sample 03:53

1.675Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.151Subject Sample 03:58

1.300Breath Volume 03:58

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 06/14/2023 13:58

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:4606/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:13

FHP Troop B

GANUS,GLEN

10/05/2024

22722080A1

FHP Troop B

GANUS,GLEN,A

BALDREE

06/04/2023

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.081Control Test 01:28

0.000Air Blank 01:28

# 1 0.107Subject Sample 01:29

2.046Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.103Subject Sample 01:32

3.039Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 07/01/2023 10:55

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:2006/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:17

Bradford County SO

KING,DEP

10/05/2024

22722080A1

Bradford County SO

BLUDSWORTH,SGT,J

PEDRO

06/01/2023

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.078Control Test 21:18

0.000Air Blank 21:19

# 1 0.160Subject Sample 21:19

1.546Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.151Subject Sample 21:22

1.335Breath Volume 21:22

0.000Air Blank 21:23

0.076Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 07/07/2023 14:33

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:5906/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:31

Bradford County SO

MURRAY,WILLIAM

01/05/2024

33321080A2

Bradford County SO

KONKEL,SCOTT,M

PADELFORD

05/02/2023

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.078Control Test 23:31

0.000Air Blank 23:32

# 1 0.166Subject Sample 23:32

4.136Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.157Subject Sample 23:35

2.335Breath Volume 23:35

0.000Air Blank 23:36

0.076Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 06/30/2023 07:45

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:1506/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:29

Bradford County SO

MURRAY,DEP

01/05/2024

33321080A2

Bradford County SO

BLUDSWORTH,SGT,J

MUNGUIA VASQUEZ

05/02/2023

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.076Control Test 23:01

0.000Air Blank 23:01

# 1 0.178Subject Sample 23:03

1.792Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.176Subject Sample 23:06

2.675Breath Volume 23:06

0.000Air Blank 23:07

0.074Control Test 23:07 Control Outside Tolerance

0.000Air Blank 23:08

Data Download Date/Time: 06/30/2023 07:45

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:4506/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:19

Bradford County SO

WARD,GLEN

01/05/2024

33321080A2

Bradford County SO

KONKEL,SCOTT,M

HODGES

05/02/2023

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.074Control Test 00:47 Control Outside Tolerance

0.000Air Blank 00:47

Data Download Date/Time: 06/30/2023 07:45

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:3906/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:19

Bradford County SO

WARD,GLEN

01/05/2024

33321080A2

Bradford County SO

KONKEL,SCOTT,M

HODGE

05/02/2023

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.075Control Test 00:50

0.000Air Blank 00:51

# 1 0.207Subject Sample 00:52

4.074Breath Volume 00:52

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.199Subject Sample 00:55

3.953Breath Volume 00:55

0.000Air Blank 00:55

0.074Control Test 00:56 Control Outside Tolerance

0.000Air Blank 00:56

Data Download Date/Time: 06/30/2023 07:45

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:14

Bradford County SO

MURRAY,WILLIAM

01/05/2024

33321080A2

Bradford County SO

KONKEL,SCOTT,M

DIXON

05/02/2023

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.076Control Test 02:42

0.000Air Blank 02:43

# 1Subject Sample 02:46 No Sample Provided

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:49

0.076Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 06/30/2023 07:45

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:0706/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:29

Lawtey PD

LOVELL,TRINTON

01/05/2024

33321080A2

Bradford County SO

JONES,BRIAN,A

GRAY

05/02/2023

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.076Control Test 03:11

0.000Air Blank 03:12

# 1 0.052Subject Sample 03:15 Volume Not Met

0.332Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2Subject Sample 03:20 Subject Test Refused

0.390Breath Volume 03:20

0.000Air Blank 03:21

0.074Control Test 03:21 Control Outside Tolerance

0.000Air Blank 03:22

Data Download Date/Time: 06/30/2023 07:45

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:1906/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:05

Levy County SO

HAMILTON,LUCAS

10/05/2024

22722080A1

Williston PD

WILLIAMS,BONNIE,S

SOLIS

05/01/2023

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

# 1 0.150Subject Sample 01:47

2.378Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.153Subject Sample 01:50

2.078Breath Volume 01:50

0.000Air Blank 01:51

0.079Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 06/27/2023 20:20

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:0006/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:57

Santa Rosa County SO

WEISANSAL,HARMON

10/03/2025

402558895

Santa Rosa County SO

WEISANSAL,HARMON,M

KELLEY

05/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

# 1 0.124Subject Sample 22:55

2.148Breath Volume 22:55

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.124Subject Sample 22:58

2.214Breath Volume 22:58

0.000Air Blank 22:59

0.081Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 23:00

Data Download Date/Time: 06/08/2023 15:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:4506/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

19:08

FHP Troop A

FORTENBERRY,ZACHARY

10/03/2025

402558895

FHP Troop A

FORTENBERRY,ZACHARY,T

PARKER

05/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:31

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:33

# 1 0.149Subject Sample 19:34

3.207Breath Volume 19:34

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.150Subject Sample 19:37

3.285Breath Volume 19:37

0.000Air Blank 19:37

0.080Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 06/08/2023 15:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:0406/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:10

Santa Rosa County SO

FOSTER,COLE

10/03/2025

402558895

Santa Rosa County SO

JONES,TYLER,M

BERG

05/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.081Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:02

0.082Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:03

Data Download Date/Time: 06/08/2023 15:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:0406/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:24

Santa Rosa County SO

WHITE,TRAVIS

10/03/2025

402558895

Santa Rosa County SO

WHITE,TRAVIS,D

PERKINS

05/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1 0.158Subject Sample 22:32

2.742Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.161Subject Sample 22:35

3.484Breath Volume 22:35

0.000Air Blank 22:36

0.081Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:37

Data Download Date/Time: 06/08/2023 15:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:3606/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:52

Santa Rosa County SO

ODDO,ISAIAH

10/03/2025

402558895

Santa Rosa County SO

ODDO,ISAIAH,J

LIOTTA

05/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:25

# 1 0.050Subject Sample 01:26

1.253Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.048Subject Sample 01:30

1.996Breath Volume 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 06/08/2023 15:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0806/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:40

Santa Rosa County SO

BICKNELL,BRANDON

10/03/2025

402558895

Santa Rosa County SO

BICKNELL,BRANDON,M

JOHN

05/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.081Control Test 04:21

0.000Air Blank 04:21

# 1 0.144Subject Sample 04:22

3.167Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.142Subject Sample 04:25

3.359Breath Volume 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 06/08/2023 15:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:42:2006/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:14

12:08

Santa Rosa County SO

NUSSBAUMER,C

10/03/2025

402558895

FHP Troop A

AVERA,D,E

INMAN

05/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 12:34

0.000Air Blank 12:35

0.081Control Test 12:35

0.000Air Blank 12:35

# 1 0.333Subject Sample 12:37

1.410Breath Volume 12:37

0.000Air Blank 12:38

0.000Air Blank 12:40

# 2 0.339Subject Sample 12:40

1.406Breath Volume 12:40

0.000Air Blank 12:41

0.079Control Test 12:41

0.000Air Blank 12:42

OKDiagnostics Check 12:42

Data Download Date/Time: 06/08/2023 15:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

18:41

FFWCC (Panama City)

CORBIN,BRITTON

10/03/2025

402558895

FFWCC (Panama City)

CORBIN,BRITTON,L

SCARRITT

05/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.081Control Test 21:42

0.000Air Blank 21:43

# 1Subject Sample 21:46 No Sample Provided

0.000Breath Volume 21:46

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2Subject Sample 21:52 No Sample Provided

0.000Breath Volume 21:52

0.000Air Blank 21:52

0.082Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 06/08/2023 15:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:47:2506/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:39

Santa Rosa County SO

VILLHARD,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

VILLHARD,JOSHUA,B

MARQUEZ BURGOS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:46

0.000Air Blank 14:46

0.000Control Test 14:47 Control Outside Tolerance

Air Blank 14:47 RFI Detect

Data Download Date/Time: 06/08/2023 15:31

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:06:3506/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:39

Santa Rosa County SO

VILLHARD,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

VILLHARD,JOSHUA,B

MARQUEZ BURGOS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:05

0.000Air Blank 15:05

0.000Control Test 15:06 Control Outside Tolerance

0.000Air Blank 15:06

Data Download Date/Time: 06/08/2023 15:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:18:5406/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:39

Santa Rosa County SO

VILLHARD,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

VILLHARD,JOSHUA,B

MARQUEZ BURGOS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:10

0.000Air Blank 15:10

0.081Control Test 15:11

0.000Air Blank 15:11

# 1 0.092Subject Sample 15:14 Volume Not Met

0.582Breath Volume 15:14

0.000Air Blank 15:15

0.000Air Blank 15:17

# 2Subject Sample 15:17 RFI Detect

0.000Breath Volume 15:17

0.000Air Blank 15:18

0.074Control Test 15:18 Control Outside Tolerance

0.000Air Blank 15:18

Data Download Date/Time: 06/08/2023 15:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:22:0206/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:39

Santa Rosa County SO

VILLHARD,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

VILLHARD,JOSHUA,B

MARQUEZ BURGOS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:21

0.000Air Blank 15:21

15:21 RFI Detect

0.000Air Blank 15:22

Data Download Date/Time: 06/08/2023 15:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:24:0206/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:39

Santa Rosa County SO

VILLHARD,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

VILLHARD,JOSHUA,B

MARQUEZ BURGOS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:23

Air Blank 15:23 RFI Detect

0.000Air Blank 15:24

Data Download Date/Time: 06/08/2023 15:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:5706/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:39

Santa Rosa County SO

VILLHARD,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

VILLHARD,JOSHUA,B

MARQUEZ BURGOS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:27

0.000Air Blank 15:28

0.078Control Test 15:28

0.000Air Blank 15:29

# 1 0.108Subject Sample 15:32 Volume Not Met

0.816Breath Volume 15:32

Air Blank 15:33 Purge Fail

Air Blank 15:33 Purge Fail

Data Download Date/Time: 06/08/2023 15:31

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:39:2606/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:39

Santa Rosa County SO

VILLHARD,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

VILLHARD,JOSHUA,B

MARQUEZ BURGOS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:38

Air Blank 15:38 Ambient Fail

Air Blank 15:39 Purge Fail

Data Download Date/Time: 06/08/2023 15:31

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:0706/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:39

Santa Rosa County SO

VILLHARD,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

VILLHARD,JOSHUA,B

MARQUEZ BURGOS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

Air Blank 17:32 Ambient Fail

0.000Air Blank 17:33

Data Download Date/Time: 06/08/2023 15:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:3706/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:35

Santa Rosa County SO

WYCHUNAS,REIDE

10/03/2025

402558895

Santa Rosa County SO

JONES,TYLER,M

STUBBS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.070Control Test 22:01 Control Outside Tolerance

0.000Air Blank 22:01

Data Download Date/Time: 07/05/2023 18:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:3706/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

22:10

21:00

Santa Rosa County SO

SPENCER,RAYMOND

10/03/2025

402558895

Santa Rosa County SO

SPENCER,RAYMOND,L

TEST

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.075Control Test 22:44

0.000Air Blank 22:45

# 1 0.000Subject Sample 22:45

1.500Breath Volume 22:45

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.000Subject Sample 22:48

2.027Breath Volume 22:48

0.000Air Blank 22:48

0.076Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 07/05/2023 18:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:5406/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

20:35

Santa Rosa County SO

WYCHUNAS,REIDE

10/03/2025

402558895

Santa Rosa County SO

JONES,TYLER,M

STUBBS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.077Control Test 23:06

0.000Air Blank 23:07

# 1Subject Sample 23:07 RFI Detect

0.000Breath Volume 23:07

0.000Air Blank 23:08

0.077Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 07/05/2023 18:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4506/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

20:35

Santa Rosa County SO

WYCHUNAS,REIDE

10/03/2025

402558895

Santa Rosa County SO

JONES,TYLER,M

STUBBS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.078Control Test 23:12

0.000Air Blank 23:12

# 1 0.181Subject Sample 23:13

1.839Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.181Subject Sample 23:16

1.996Breath Volume 23:16

0.000Air Blank 23:16

0.079Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 07/05/2023 18:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:3506/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:33

Santa Rosa County SO

CAREY,ANDREW

10/03/2025

402558895

Santa Rosa County SO

CAREY,ANDREW,S

WATSON

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

# 1 0.173Subject Sample 02:25

1.835Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.171Subject Sample 02:28

1.785Breath Volume 02:28

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 07/05/2023 18:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:1406/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:25

Santa Rosa County SO

WATERS,CALEB

10/03/2025

402558895

Santa Rosa County SO

CARLSON,JOSHUA,L

BENNETT

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:31

0.076Control Test 06:31

0.000Air Blank 06:32

# 1 0.183Subject Sample 06:33

1.355Breath Volume 06:33

0.000Air Blank 06:34

0.000Air Blank 06:35

# 2 0.184Subject Sample 06:36

2.542Breath Volume 06:36

0.000Air Blank 06:37

0.079Control Test 06:37

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 07/05/2023 18:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:1706/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:24

Santa Rosa County SO

MACPHERSON,ZACHARY

10/03/2025

402558895

Santa Rosa County SO

MACPHERSON,ZACHARY,R

LEWIS

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.000Subject Sample 02:22

1.855Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.000Subject Sample 02:24

1.441Breath Volume 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 07/05/2023 18:50

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:5406/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

17:29

Santa Rosa County SO

KIM,JOSHUA

10/03/2025

402558895

Santa Rosa County SO

KIM,JOSHUA,J

MUNSEY

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.080Control Test 18:14

0.000Air Blank 18:15

# 1 0.227Subject Sample 18:16

1.964Breath Volume 18:16

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2 0.232Subject Sample 18:19

2.468Breath Volume 18:19

0.000Air Blank 18:20

0.079Control Test 18:20

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5406/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:17

Santa Rosa County SO

JONES,TYLER

10/03/2025

402558895

Santa Rosa County SO

JONES,TYLER,M

MATRONI

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.081Control Test 00:48

0.000Air Blank 00:48

# 1 0.172Subject Sample 00:49

1.917Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.178Subject Sample 00:52

2.980Breath Volume 00:52

0.000Air Blank 00:53

0.081Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5606/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:32

Santa Rosa County SO

SPENCER,RAYMOND

10/03/2025

402558895

Santa Rosa County SO

MACPHERSON,ZACHARY,R

BARRON

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

# 1Subject Sample 04:31 No Sample Provided

0.000Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2Subject Sample 04:34 Subject Test Refused

0.000Breath Volume 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:0206/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:02

Santa Rosa County SO

WHITE,TRAVIS

10/03/2025

402558895

Santa Rosa County SO

WHITE,TRAVIS,D

BALDWIN

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.079Control Test 05:03

0.000Air Blank 05:03

# 1 0.187Subject Sample 05:04

1.714Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.178Subject Sample 05:07

1.863Breath Volume 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:08

OKDiagnostics Check 05:09

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0506/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:21

FHP Troop A

CUPPLES,ZACHARY

10/03/2025

402558895

FHP Troop A

CUPPLES,ZACHARY,L

MILLER

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:12

# 1 0.000Subject Sample 23:12

1.640Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.000Subject Sample 23:15

1.261Breath Volume 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5806/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

01:45

Gulf Breeze PD

SELLERS,DONALD

10/03/2025

402558895

Gulf Breeze PD

SELLERS,DONALD,R

REDMOND

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.057Subject Sample 03:42

2.277Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.053Subject Sample 03:45

2.015Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:0406/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:01

Santa Rosa County SO

RODRIGUEZ,PAUL

10/03/2025

402558895

Santa Rosa County SO

RODRIGUEZ,PAUL,M

LOVETT

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:23

0.081Control Test 21:24

0.000Air Blank 21:24

# 1Subject Sample 21:27 No Sample Provided

0.000Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2Subject Sample 21:30 Subject Test Refused

0.000Breath Volume 21:30

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:32

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:4306/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:49

Santa Rosa County SO

BRUCE,HEATHER

10/03/2025

402558895

Santa Rosa County SO

RODRIGUEZ,PAUL,M

WORTMAN

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

# 1Subject Sample 22:46 No Sample Provided

0.000Breath Volume 22:46

0.000Air Blank 22:46

0.000Air Blank 22:49

# 2Subject Sample 22:49 Subject Test Refused

0.000Breath Volume 22:49

0.000Air Blank 22:49

0.079Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:1206/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:02

FHP Troop A

HARRISON,BOBBY

10/03/2025

402558895

FHP Troop A

LOPER,CADEN,D

SCHETTLER

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.080Control Test 04:23

0.000Air Blank 04:23

# 1 0.229Subject Sample 04:24

2.566Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.227Subject Sample 04:28

2.976Breath Volume 04:28

0.000Air Blank 04:29

0.078Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:1706/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:58

FHP Troop A

DAVIS,KAYLAN

10/03/2025

402558895

FHP Troop A

DAVIS,KAYLAN,A

ROZE

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.080Control Test 21:21

0.000Air Blank 21:21

# 1 0.131Subject Sample 21:22

1.128Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:24

# 2 0.119Subject Sample 21:25

1.226Breath Volume 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2206/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:23

Gulf Breeze PD

SELLERS,SELLERS

10/03/2025

402558895

Gulf Breeze PD

SELLERS,DONALD,R

NORED

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

Air Blank 01:12 RFI Detect

0.000Air Blank 01:13

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1006/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:23

Gulf Breeze PD

SELLERS,DONALD

10/03/2025

402558895

Gulf Breeze PD

SELLERS,DONALD,R

NORED

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.185Subject Sample 01:23

1.484Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:3306/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:45

Santa Rosa County SO

WEISANSAL,HARMON

10/03/2025

402558895

Santa Rosa County SO

WEISANSAL,HARMON,M

MARTIN

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:50

0.000Air Blank 23:51

# 1 0.263Subject Sample 23:52

2.988Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2Subject Sample 23:55 Slope Not Met

1.449Breath Volume 23:55

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 07/05/2023 18:51

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:3906/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:45

Santa Rosa County SO

WEISANSAL,HARMON

10/03/2025

402558895

Santa Rosa County SO

WEISANSAL,HARMON,M

MARTIN

06/05/2023

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.246Subject Sample 00:22

3.410Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.258Subject Sample 00:25

3.355Breath Volume 00:25

0.000Air Blank 00:25

0.080Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 07/05/2023 18:52

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:0206/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

16:44

FHP Troop A

DANIELS,GARY

07/07/2023

1346146

FHP Troop A

DANIELS,GARY,E

EDGE

05/01/2023

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:38

0.081Control Test 05:38

0.000Air Blank 05:39

# 1 0.156Subject Sample 05:39

2.070Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:42

# 2 0.160Subject Sample 05:43

1.765Breath Volume 05:43

0.000Air Blank 05:44

0.081Control Test 05:44

0.000Air Blank 05:44

OKDiagnostics Check 05:45

Data Download Date/Time: 06/30/2023 14:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:24:4906/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:51

18:58

Jackson County SO

CORBIN,TRUETT

07/07/2023

1346146

Jackson County SO

CORBIN,TRUETT,L

HATCH

05/01/2023

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:12

0.000Air Blank 08:13

0.081Control Test 08:13

0.000Air Blank 08:14

# 1 0.116Subject Sample 08:17 Volume Not Met

0.683Breath Volume 08:17

0.000Air Blank 08:18

0.000Air Blank 08:19

# 2 0.115Subject Sample 08:20

1.285Breath Volume 08:20

0.000Air Blank 08:20

0.000Air Blank 08:22

# 3 0.115Subject Sample 08:23

1.511Breath Volume 08:23

0.000Air Blank 08:23

0.081Control Test 08:24

0.000Air Blank 08:24

OKDiagnostics Check 08:24

Data Download Date/Time: 06/30/2023 14:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:5506/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:09

05:25

FHP Troop A

ALLEN,F

07/07/2023

1346146

FHP Troop A

ALLEN,F,H

MCGHEE

05/01/2023

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:34

0.000Air Blank 06:35

0.081Control Test 06:35

0.000Air Blank 06:36

# 1Subject Sample 06:36 Subject Test Refused

0.000Breath Volume 06:36

0.000Air Blank 06:37

0.081Control Test 06:37

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 06/30/2023 14:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:29:5106/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

22:48

Marianna PD

MERRITT,JACOB

07/07/2023

1346146

Jackson County SO

GRIFFITH,DALTON,M

VAZQUEZ

05/01/2023

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:16

0.000Air Blank 11:17

0.081Control Test 11:17

0.000Air Blank 11:18

# 1 0.145Subject Sample 11:18

1.476Breath Volume 11:18

0.000Air Blank 11:19

0.000Air Blank 11:21

# 2 0.129Subject Sample 11:24 Volume Not Met

0.796Breath Volume 11:24

0.000Air Blank 11:24

0.000Air Blank 11:26

# 3 0.145Subject Sample 11:28

1.636Breath Volume 11:28

0.000Air Blank 11:28

0.080Control Test 11:29

0.000Air Blank 11:29

OKDiagnostics Check 11:29

Data Download Date/Time: 06/30/2023 14:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:08:3606/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:42

19:25

FHP Troop A

BROWN,RYAN

07/07/2023

1346146

FHP Troop A

BROWN,RYAN,W

DUNCAN

05/01/2023

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:02

0.000Air Blank 08:03

0.080Control Test 08:03

0.000Air Blank 08:03

# 1 0.267Subject Sample 08:04

4.570Breath Volume 08:04

0.000Air Blank 08:04

0.000Air Blank 08:06

# 2 0.270Subject Sample 08:07

4.589Breath Volume 08:07

0.000Air Blank 08:07

0.080Control Test 08:08

0.000Air Blank 08:08

OKDiagnostics Check 08:08

Data Download Date/Time: 06/30/2023 14:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:27:2406/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:00

23:34

FHP Troop A

GUSTER,CORY

07/07/2023

1346146

FHP Troop A

GUSTER,CORY,J

SANTOS PETERSON

05/01/2023

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:20

0.000Air Blank 12:21

0.082Control Test 12:21

0.000Air Blank 12:22

# 1 0.096Subject Sample 12:22

1.734Breath Volume 12:22

0.000Air Blank 12:23

0.000Air Blank 12:25

# 2 0.097Subject Sample 12:25

1.933Breath Volume 12:25

0.000Air Blank 12:26

0.082Control Test 12:26

0.000Air Blank 12:27

OKDiagnostics Check 12:27

Data Download Date/Time: 06/30/2023 14:48

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:3306/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:21

Panama City PD

BUCHANAN,S

07/29/2023

AG121002

Panama City PD

DE LA CRUZ,JUAN,C

GIM

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.080Control Test 03:59

0.000Air Blank 03:59

# 1 0.190Subject Sample 04:00

1.609Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.195Subject Sample 04:03

1.820Breath Volume 04:03

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 06/26/2023 11:02

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:3106/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:57

Panama City PD

JACKSON,S

07/29/2023

AG121002

Panama City PD

DE LA CRUZ,JUAN,C

ROBERTS

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:30

# 1 0.164Subject Sample 04:30

1.667Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.184Subject Sample 04:35

2.125Breath Volume 04:35

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:46:4906/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:06

06:06

Panama City PD

HAMMOND,JAXSON

07/29/2023

AG121002

Panama City PD

DE LA CRUZ,JUAN,C

MARQUEZ GONZALEZ

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:39

0.081Control Test 06:39

0.000Air Blank 06:40

# 1 0.144Subject Sample 06:41

2.605Breath Volume 06:41

0.000Air Blank 06:42

0.000Air Blank 06:44

# 2 0.158Subject Sample 06:45

2.570Breath Volume 06:45

0.000Air Blank 06:45

0.080Control Test 06:46

0.000Air Blank 06:46

OKDiagnostics Check 06:46

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:5206/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:50

Panama City PD

HAMMOND,JAXSON

07/29/2023

AG121002

Panama City PD

JONES,DANIEL,L

WELCH

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.080Control Test 01:46

0.000Air Blank 01:46

# 1 0.000Subject Sample 01:47

2.359Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.000Subject Sample 01:50

2.664Breath Volume 01:50

0.000Air Blank 01:50

0.083Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:5906/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:10

Panama City PD

SHUMATE,TODD

07/29/2023

AG121002

Panama City PD

HUTCHINSON,JOSEPH,B

WHITTIER

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.077Control Test 05:04

0.000Air Blank 05:05

# 1 0.213Subject Sample 05:05

2.539Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.221Subject Sample 05:08

2.785Breath Volume 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4506/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

12:54

Panama City PD

COSME,MATTHEW

07/29/2023

AG121002

Lynn Haven PD

DE LA CRUZ,JUAN,C

HERRING

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.080Control Test 02:07

0.000Air Blank 02:07

# 1 0.255Subject Sample 02:08

4.050Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.244Subject Sample 02:11

3.746Breath Volume 02:11

0.000Air Blank 02:11

0.078Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0806/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:39

Panama City PD

HOLMES,KYLE

07/29/2023

AG121002

Panama City PD

QUINN,CAMERON,B

TOLSON

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:37

# 1 0.149Subject Sample 03:37

1.347Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.144Subject Sample 03:40

1.144Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:28:1906/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

05:56

FHP Troop A

ABRAHAM,ERIC

07/29/2023

AG121002

FHP Troop A

ABRAHAM,ERIC,D

DOLAN

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:21

0.000Air Blank 07:21

0.081Control Test 07:21

0.000Air Blank 07:22

# 1 0.134Subject Sample 07:23

1.390Breath Volume 07:23

0.000Air Blank 07:24

0.000Air Blank 07:26

# 2 0.154Subject Sample 07:26

2.285Breath Volume 07:26

0.000Air Blank 07:27

0.080Control Test 07:27

0.000Air Blank 07:28

OKDiagnostics Check 07:28

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:1406/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

12:40

Bay County SO

JONES,KAVIN

07/29/2023

AG121002

Bay County SO

TARTER,JEFFREY,A

STRICKLAND

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1 0.128Subject Sample 01:45

1.730Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.130Subject Sample 01:48

1.648Breath Volume 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0306/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

13:57

Panama City PD

DURHAM,SYDNEY

07/29/2023

AG121002

Panama City PD

DE LA CRUZ,JUAN,C

HATTEN

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.080Control Test 02:50

0.000Air Blank 02:50

# 1 0.106Subject Sample 02:53 Volume Not Met

0.167Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.129Subject Sample 02:56

1.578Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 3 0.097Subject Sample 03:02 Volume Not Met

0.125Breath Volume 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

Air Blank 03:03 RFI Detect

0.000Air Blank 03:04

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:4106/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:40

Panama City PD

PHINNEY,TONY

07/29/2023

AG121002

Bay County SO

DE LA CRUZ,JUAN,C

MCCLARY

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:23

# 1 0.018Subject Sample 05:26

1.324Breath Volume 05:26

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.018Subject Sample 05:29

3.281Breath Volume 05:29

0.000Air Blank 05:29

0.080Control Test 05:30

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:1206/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:36

Bay County SO

BRUECKNER,APRIL

07/29/2023

AG121002

Springfield PD

TARTER,JEFFREY,A

WOOD

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:21

0.081Control Test 21:21

0.000Air Blank 21:22

# 1 0.086Subject Sample 21:25 Volume Not Met

0.796Breath Volume 21:25

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.078Subject Sample 21:30 Volume Not Met

0.925Breath Volume 21:30

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:4306/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:09

Bay County SO

FOSTER,ALEX

07/29/2023

AG121002

Bay County SO

TARTER,JEFFREY,A

GILLIAM

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:01

# 1 0.198Subject Sample 23:02

2.410Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.193Subject Sample 23:05

2.187Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:1906/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

04:44

Panama City PD

HOLMES,KYLE

07/29/2023

AG121002

Panama City PD

QUINN,CAMERON,B

KILCREASE

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:39

0.000Air Blank 05:39

0.081Control Test 05:40

0.000Air Blank 05:40

# 1 0.211Subject Sample 05:41

1.292Breath Volume 05:41

0.000Air Blank 05:41

0.000Air Blank 05:43

# 2Subject Sample 05:45 Subject Test Refused

1.363Breath Volume 05:45

0.000Air Blank 05:46

0.080Control Test 05:46

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:4506/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:33

Panama City PD

SHUMATE,TODD

07/29/2023

AG121002

Panama City PD

HUTCHINSON,JOSEPH,B

KELSO

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.056Subject Sample 03:20

2.292Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.053Subject Sample 03:23

1.953Breath Volume 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:0506/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

03:07

Panama City PD

COLVIN,CHANDLER

07/29/2023

AG121002

Bay County SO

HUTCHINSON,JOSEPH,B

HOOVER

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:35

# 1Subject Sample 03:36 Subject Test Refused

0.000Breath Volume 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:3006/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:42

Bay County SO

SIPE,SEVEN

07/29/2023

AG121002

Bay County SO

JONES,KAVIN,A

WILLIAMSON

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

# 1 0.151Subject Sample 00:52

2.328Breath Volume 00:52

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.159Subject Sample 00:55

2.000Breath Volume 00:55

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:2006/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:05

Bay County SO

HOUSE,STEVEN

07/29/2023

AG121002

Bay County SO

JONES,KAVIN,A

WINFORD

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.080Control Test 01:05

0.000Air Blank 01:05

# 1Subject Sample 01:05 Subject Test Refused

0.000Breath Volume 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:1906/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:37

Bay County SO

MUTLUTURK,FATIH

07/29/2023

AG121002

Springfield PD

TARTER,JEFFREY,A

HOLLOWAY

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:31

# 1 0.176Subject Sample 00:32

2.011Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.184Subject Sample 00:35

2.140Breath Volume 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:3806/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

04:01

Panama City PD

NELSON,GARRETT

07/29/2023

AG121002

Panama City PD

NELSON,GARRETT,R

PRINCE

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:50

# 1 0.188Subject Sample 04:51

2.117Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.182Subject Sample 04:54

1.406Breath Volume 04:54

0.000Air Blank 04:54

0.080Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:42:3306/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

07:27

Bay County SO

ZIPF,RICHARD

07/29/2023

AG121002

Panama City PD

FURMAN,FREDDIE,R

CAAL CAAL

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:31

0.000Air Blank 08:31

0.080Control Test 08:31

0.000Air Blank 08:32

# 1Subject Sample 08:35 No Sample Provided

0.000Breath Volume 08:35

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2Subject Sample 08:41 No Sample Provided

0.000Breath Volume 08:41

0.000Air Blank 08:41

0.081Control Test 08:41

0.000Air Blank 08:42

OKDiagnostics Check 08:42

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:4906/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

12:13

Bay County SO

MARTIN,ERIN

07/29/2023

AG121002

Bay County SO

MARTIN,ERIN,M

HERNANDEZ

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

# 1 0.034Subject Sample 01:07

1.734Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2 0.033Subject Sample 01:10

1.816Breath Volume 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:3006/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:22

Bay County SO

MARTIN,ERIN

07/29/2023

AG121002

Bay County SO

MARTIN,ERIN,M

VILLALOBOS CORTAZAR

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.080Control Test 01:15

0.000Air Blank 01:15

# 1 0.138Subject Sample 01:16

1.261Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.158Subject Sample 01:19

2.714Breath Volume 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3506/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

23:50

OTHER Local

NELSON,DAVID

07/29/2023

AG121002

OTHER Local

NELSON,DAVID,W

DEESE

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.080Control Test 01:28

0.000Air Blank 01:28

# 1 0.125Subject Sample 01:29

3.460Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.122Subject Sample 01:32

2.519Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:4506/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:28

Panama City PD

SASSER,PATRICK

07/29/2023

AG121002

Panama City PD

MONAHAN,TIMOTHY,J

ORORIO-MURILLO

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.081Control Test 01:27

0.000Air Blank 01:27

# 1 0.238Subject Sample 01:28

4.136Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.228Subject Sample 01:31

2.167Breath Volume 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:5106/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:54

Panama City PD

SMITH,CALE

07/29/2023

AG121002

Panama City PD

SMITH,CALE,V

SALINAS OLIVERA

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.080Control Test 21:37

0.000Air Blank 21:37

# 1 0.268Subject Sample 21:38

1.492Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:40

# 2 0.266Subject Sample 21:41

1.503Breath Volume 21:41

0.000Air Blank 21:41

0.080Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:4206/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:51

Panama City PD

GAY,JON

07/29/2023

AG121002

Panama City PD

NELSON,GARRETT,R

WRIGHT

05/02/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.081Control Test 02:28

0.000Air Blank 02:28

# 1 0.204Subject Sample 02:30

2.039Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.213Subject Sample 02:34

1.335Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 06/26/2023 11:03

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0106/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

22:17

Bay County SO

WILLIAMS,CHRIS

07/29/2023

AG121002

Bay County SO

HARGROVE,ERIK,A

ALEXANDER

06/26/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.081Control Test 22:44

0.000Air Blank 22:44

# 1Subject Sample 22:48 No Sample Provided

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2Subject Sample 22:53 No Sample Provided

0.000Breath Volume 22:53

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:55

Data Download Date/Time: 07/28/2023 13:18

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4806/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:39

Panama City PD

COSME,MATTHEW

07/29/2023

AG121002

Lynn Haven PD

JONES,DANIEL,L

ARANDA

06/26/2023

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.081Control Test 22:11

0.000Air Blank 22:11

# 1 0.101Subject Sample 22:12

3.894Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.099Subject Sample 22:15

3.023Breath Volume 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 07/28/2023 13:18

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1706/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

23:01

Niceville PD

HALL,COTY

06/05/2024

213073

Niceville PD

HALL,COTY,W

ORTA

05/11/2023

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.078Control Test 01:06

0.000Air Blank 01:07

# 1 0.259Subject Sample 01:09

1.621Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.234Subject Sample 01:12

1.242Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 3 0.231Subject Sample 01:15

1.800Breath Volume 01:15

0.000Air Blank 01:16

0.070Control Test 01:16 Control Outside Tolerance

0.000Air Blank 01:17

Data Download Date/Time: 06/15/2023 13:52

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:2706/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:40

Walton County SO

KOUCHNIR,EUGENE

09/11/2024

WO32302427

Walton County SO

KOUCHIR,EUGENE,V

COWEN

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:29

0.000Air Blank 19:30

0.081Control Test 19:30

0.000Air Blank 19:31

# 1 0.332Subject Sample 19:31

1.777Breath Volume 19:31

0.000Air Blank 19:32

0.000Air Blank 19:34

# 2 0.323Subject Sample 19:34

1.878Breath Volume 19:34

0.000Air Blank 19:35

0.080Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 07/03/2023 14:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:4206/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:05

Walton County SO

KAPPENMACHER,THOMAS

09/11/2024

WO32302427

Walton County SO

SCALIA,ADAM,C

CEDILLO

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.080Control Test 20:47

0.000Air Blank 20:47

# 1 0.114Subject Sample 20:48

2.019Breath Volume 20:48

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2 0.107Subject Sample 20:52

1.601Breath Volume 20:52

0.000Air Blank 20:52

0.081Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 07/03/2023 14:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:33:1506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:05

00:00

Walton County SO

N/A,N/A

09/11/2024

WO32302427

Leon County SO

PITONIAK,ROBERT,M

STANGE

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:27

0.000Air Blank 08:27

0.080Control Test 08:28

0.000Air Blank 08:28

# 1 0.000Subject Sample 08:29

2.523Breath Volume 08:29

0.000Air Blank 08:29

0.000Air Blank 08:31

# 2 0.000Subject Sample 08:31

2.750Breath Volume 08:31

0.000Air Blank 08:32

0.081Control Test 08:32

0.000Air Blank 08:33

OKDiagnostics Check 08:33

Data Download Date/Time: 07/03/2023 14:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:5206/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

17:03

Walton County SO

CARDENAS,ADAM

09/11/2024

WO32302427

Walton County SO

CARDENAS,ADAM,

COSSEY

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:59

0.000Air Blank 18:00

0.080Control Test 18:00

0.000Air Blank 18:01

# 1 0.086Subject Sample 18:01

1.960Breath Volume 18:01

0.000Air Blank 18:02

0.000Air Blank 18:03

# 2 0.077Subject Sample 18:04

1.621Breath Volume 18:04

0.000Air Blank 18:04

0.080Control Test 18:05

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 07/03/2023 14:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:46:4906/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

13:10

13:00

Walton County SO

KENNEDY,ROBERT

09/11/2024

WO32302427

Walton County SO

KENNEDY,ROBERT,S

STRANGE

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:41

0.000Air Blank 13:41

0.081Control Test 13:41

0.000Air Blank 13:42

# 1 0.000Subject Sample 13:42

3.023Breath Volume 13:42

0.000Air Blank 13:43

0.000Air Blank 13:45

# 2 0.000Subject Sample 13:45

3.582Breath Volume 13:45

0.000Air Blank 13:45

0.080Control Test 13:46

0.000Air Blank 13:46

OKDiagnostics Check 13:46

Data Download Date/Time: 07/03/2023 14:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:17:1206/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

07:49

07:49

Walton County SO

RAYA,ZACHARY

09/11/2024

WO32302427

Walton County SO

RAYA,ZACHARY,J

STANGE

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:11

0.000Air Blank 08:11

0.080Control Test 08:11

0.000Air Blank 08:12

# 1 0.000Subject Sample 08:12

3.285Breath Volume 08:12

0.000Air Blank 08:13

0.000Air Blank 08:15

# 2 0.000Subject Sample 08:15

3.980Breath Volume 08:15

0.000Air Blank 08:16

0.080Control Test 08:16

0.000Air Blank 08:17

OKDiagnostics Check 08:17

Data Download Date/Time: 07/03/2023 14:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:2706/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:19

Walton County SO

PITONIAK,ROBERT

09/11/2024

WO32302427

Walton County SO

PITONIAK,ROBERT,M

WILLIAMS

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.081Control Test 00:20

0.000Air Blank 00:20

# 1 0.157Subject Sample 00:21

1.992Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.155Subject Sample 00:23

2.039Breath Volume 00:23

Air Blank 00:24 Purge Fail

Air Blank 00:25 Purge Fail

Data Download Date/Time: 07/03/2023 14:43

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:4406/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

18:09

Walton County SO

KOUCHNIR,EUGENE

09/11/2024

WO32302427

Walton County SO

KOUCHNIR,EUGENE,V

DECKER

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.053Control Test 18:52 Control Outside Tolerance

0.000Air Blank 18:52

Data Download Date/Time: 07/03/2023 14:43

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:4406/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

18:09

Walton County SO

KOUCHNIR,EUGENE

09/11/2024

WO32302427

Walton County SO

KOUCHNIR,EUGENE,V

DECKER

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:54

Air Blank 18:54 Ambient Fail

Air Blank 18:55 Purge Fail

Data Download Date/Time: 07/03/2023 14:43

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:5706/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:13

Walton County SO

CARNAHAN,TREVOR

04/28/2025

402367487

Walton County SO

DAVIS,ALEXANDER,C

DEBOARD

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:20

# 1 0.182Subject Sample 01:21

1.558Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:23

# 2 0.192Subject Sample 01:24

1.277Breath Volume 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 07/03/2023 15:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:3806/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

18:09

Walton County SO

KOUCHNIR,EUGENE

04/28/2025

402367487

Walton County SO

KOUCHNIR,EUGENE,V

DECKER

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.080Control Test 20:44

0.000Air Blank 20:44

# 1 0.000Subject Sample 20:45

4.382Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.000Subject Sample 20:48

2.964Breath Volume 20:48

0.000Air Blank 20:48

0.082Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 07/03/2023 15:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:4606/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:40

Walton County SO

KAPPENMACHER,THOMAS

04/28/2025

402367487

Walton County SO

YOST,CRAIG,R

HERNANDEZ CAMARILLO

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.082Control Test 02:34

0.000Air Blank 02:35

# 1Subject Sample 02:38 No Sample Provided

0.000Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2Subject Sample 02:41 Subject Test Refused

0.000Breath Volume 02:41

0.000Air Blank 02:41

0.082Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 07/03/2023 15:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5106/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:40

Walton County SO

KAPPENMACHER,THOMAS

04/28/2025

402367487

Walton County SO

YOST,CRAIG,R

HERNANDEZ CAMARILLO

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.082Control Test 03:15

0.000Air Blank 03:15

# 1 0.223Subject Sample 03:16

2.308Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:18

# 2 0.217Subject Sample 03:19

1.839Breath Volume 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 07/03/2023 15:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5406/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

00:29

Walton County SO

PITONIAK,ROBERT

04/28/2025

402367487

Walton County SO

PITONIAK,ROBERT,M

JOHNSON

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 07/03/2023 15:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0606/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

00:29

Walton County SO

PITONIAK,ROBERT

04/28/2025

402367487

Walton County SO

PITONIAK,ROBERT,M

JOHNSON

05/31/2023

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

Air Blank 02:37 RFI Detect

0.000Air Blank 02:38

Data Download Date/Time: 07/03/2023 15:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1906/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:11

Okeechobee County SO

POLLOCK,STEVEN

02/14/2025

402335621

Okeechobee County SO

POLLOCK,STEVEN,D

ESTRELLA

05/16/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:46

# 1 0.188Subject Sample 01:47

1.433Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:49

# 2 0.177Subject Sample 01:53 Volume Not Met

0.023Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 3 0.193Subject Sample 01:56

1.238Breath Volume 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 06/08/2023 09:07

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:45:5906/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:23

08:57

Okeechobee County SO

ESQUIVEL,MISEI

02/14/2025

402335621

Okeechobee County SO

ESQUIVEL,MISEI,

SNOWBALL

05/16/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:43

0.000Air Blank 09:43

0.080Control Test 09:43

0.000Air Blank 09:44

# 1Subject Sample 09:44 Subject Test Refused

0.000Breath Volume 09:44

0.000Air Blank 09:45

0.080Control Test 09:45

0.000Air Blank 09:45

OKDiagnostics Check 09:45

Data Download Date/Time: 06/08/2023 09:07

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:2206/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:07

Okeechobee County SO

MURTAGH,ROBERT

02/14/2025

402335621

Okeechobee County SO

MURTAGH,ROBERT,J

HEDRICK

05/16/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

# 1Subject Sample 00:44 Subject Test Refused

0.000Breath Volume 00:44

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 06/08/2023 09:07

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:2306/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:26

Okeechobee County SO

ESQUIVEL,MISEI

02/14/2025

402335621

Okeechobee County SO

ESQUIVEL,MISEI,

VIGNONE

06/08/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.080Control Test 01:14

0.000Air Blank 01:14

# 1 0.141Subject Sample 01:15

1.964Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.142Subject Sample 01:17

1.941Breath Volume 01:17

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 07/17/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:5306/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:07

Okeechobee County SO

ESQUIVEL,MISEI

02/14/2025

402335621

Okeechobee County SO

ESQUIVEL,MISEI,

SANCHEZ

06/08/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:45

0.000Air Blank 03:46

# 1Subject Sample 03:46 Subject Test Refused

0.000Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 07/17/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:4306/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:24

14:48

Okeechobee County SO

ESQUIVEL,MISEI

02/14/2025

402335621

Okeechobee County SO

ESQUIVEL,MISEI,

BEDDOME

06/08/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:44

0.000Air Blank 15:45

0.080Control Test 15:45

0.000Air Blank 15:46

# 1Subject Sample 15:46 Subject Test Refused

0.000Breath Volume 15:46

0.000Air Blank 15:46

0.080Control Test 15:47

0.000Air Blank 15:47

OKDiagnostics Check 15:47

Data Download Date/Time: 07/17/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:19:2906/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:52

14:35

Okeechobee County SO

ESQUIVEL,MISEI

02/14/2025

402335621

Okeechobee County SO

ESQUIVEL,MISEI,

RIVERA

06/08/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:12

0.000Air Blank 15:12

0.080Control Test 15:13

0.000Air Blank 15:13

# 1 0.287Subject Sample 15:15

2.007Breath Volume 15:15

0.000Air Blank 15:15

0.000Air Blank 15:17

# 2 0.297Subject Sample 15:18

1.953Breath Volume 15:18

0.000Air Blank 15:18

0.079Control Test 15:18

0.000Air Blank 15:19

OKDiagnostics Check 15:19

Data Download Date/Time: 07/17/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:3006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:54

Okeechobee County SO

MURTAGH,ROBERT

02/14/2025

402335621

Okeechobee County SO

MURTAGH,ROBERT,J

RITTER

06/08/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:36

# 1 0.215Subject Sample 00:37

3.292Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.208Subject Sample 00:40

1.687Breath Volume 00:40

0.000Air Blank 00:41

0.078Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 07/17/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:2106/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:26

Okeechobee County SO

MURTAGH,ROBERT

02/14/2025

402335621

Okeechobee County SO

MURTAGH,ROBERT,J

LINCONA-MIRANDA

06/08/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.080Control Test 22:07

0.000Air Blank 22:08

# 1 0.215Subject Sample 22:09

3.242Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:11

# 2 0.207Subject Sample 22:12

2.804Breath Volume 22:12

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 07/17/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:1006/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:28

Okeechobee County SO

POLLOCK,STEVEN

02/14/2025

402335621

Okeechobee County SO

POLLOCK,STEVEN,D

ARRIAGA

06/08/2023

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.081Control Test 22:13

0.000Air Blank 22:13

# 1 0.000Subject Sample 22:14

2.484Breath Volume 22:14

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.000Subject Sample 22:16

2.035Breath Volume 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 07/17/2023 09:23

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:5906/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

01:43

Port St. Lucie PD

LABARBERA,SUMMER

06/05/2024

08622080A1

Port St. Lucie PD

THERIAULT,TANNER,A

BEIER

05/31/2023

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.080Control Test 03:37

0.000Air Blank 03:37

# 1 0.160Subject Sample 03:38

2.679Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:40

# 2 0.155Subject Sample 03:41

3.097Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 06/29/2023 21:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3006/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:17

Port St. Lucie PD

TAYLOR,ASHLEY

06/05/2024

08622080A1

Port St. Lucie PD

THERIAULT,TANNER,A

JOSEPHS

05/31/2023

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

# 1 0.079Subject Sample 02:00 Volume Not Met

0.324Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:02

# 2Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 06/29/2023 21:30

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:1806/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:40

Indian River Co SO

LOSTY,S

01/25/2026

402635303

Sebastian PD

HISS,J,M

GONZALEZ

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:37

0.078Control Test 05:37

0.000Air Blank 05:38

# 1 0.143Subject Sample 05:39

1.476Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:41

# 2 0.134Subject Sample 05:43

1.679Breath Volume 05:43

0.000Air Blank 05:44

0.077Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 07/14/2023 16:34

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:5706/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:54

Indian River Co SO

NEWBERRY,L

06/27/2025

402477284

Indian River Co SO

RODRIGUEZ,MAEGAN,R

DELAPAZ

05/07/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.144Subject Sample 03:47

2.535Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:49

# 2 0.137Subject Sample 03:50

2.734Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 06/07/2023 09:01

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:01:5806/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

07:40

Indian River Co SO

KESKINEN,D

06/27/2025

402477284

Sebastian PD

CHRISTMAN,KEVIN,S

ALLEN

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:59

0.000Air Blank 08:59

0.081Control Test 08:59

0.000Air Blank 09:00

# 1Subject Sample 09:00 Subject Test Refused

0.000Breath Volume 09:00

0.000Air Blank 09:01

0.081Control Test 09:01

0.000Air Blank 09:01

OKDiagnostics Check 09:01

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:36:4706/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

15:35

Indian River Co SO

KESKINEN,D

06/27/2025

402477284

Sebastian PD

HISS,J,M

GIBERTONI

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:29

0.000Air Blank 18:30

0.081Control Test 18:30

0.000Air Blank 18:30

# 1 0.111Subject Sample 18:32

2.589Breath Volume 18:32

0.000Air Blank 18:32

0.000Air Blank 18:34

# 2 0.100Subject Sample 18:35

1.511Breath Volume 18:35

0.000Air Blank 18:35

0.080Control Test 18:36

0.000Air Blank 18:36

OKDiagnostics Check 18:36

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:3106/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:12

Indian River Co SO

SANTANA,L

06/27/2025

402477284

Indian River Co SO

HISS,J,M

ALVARADO LOPEZ

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.081Control Test 22:30

0.000Air Blank 22:30

# 1Subject Sample 22:31 Subject Test Refused

0.000Breath Volume 22:31

0.000Air Blank 22:31

0.082Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:3006/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:00

Indian River Co SO

MCKENZIE,B

06/27/2025

402477284

Indian River Co SO

WHILE,C,

SARMIENTO DEL ANGEL

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.082Control Test 00:49

0.000Air Blank 00:49

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:50

0.081Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3006/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

00:48

Indian River Co SO

KUEHN,K

06/27/2025

402477284

Vero Beach PD

BURNS,R,

ZAMERSKI

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1 0.233Subject Sample 03:10

1.148Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.237Subject Sample 03:13

1.531Breath Volume 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5606/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

17:29

Indian River Co SO

FLORES,D

06/27/2025

402477284

Indian River Co SO

HISS,J,M

LEBLANC

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.081Control Test 21:48

0.000Air Blank 21:49

# 1 0.000Subject Sample 21:49

3.523Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.000Subject Sample 21:52

2.953Breath Volume 21:52

0.000Air Blank 21:53

0.081Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:3206/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:21

Indian River Co SO

CHARNARD,J

06/27/2025

402477284

Indian River Co SO

HISS,J,M

MURPHY

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.081Control Test 03:16

0.000Air Blank 03:16

# 1 0.000Subject Sample 03:17

3.656Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.000Subject Sample 03:20

3.679Breath Volume 03:20

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:3006/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:15

Indian River Co SO

MOORE,D

06/27/2025

402477284

Indian River Co SO

WHILE,C,

KELLER

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.081Control Test 23:49

0.000Air Blank 23:49

# 1 0.160Subject Sample 23:50

3.601Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.154Subject Sample 23:52

2.835Breath Volume 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5706/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:58

Indian River Co SO

MOORE,D

06/27/2025

402477284

Indian River Co SO

CUEVAS,J,

ARGANARAZ

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:0706/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:01

Indian River Co SO

PEREZ,C

06/27/2025

402477284

Indian River Co SO

CUEVAS,J,

PALANGE

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

# 1 0.298Subject Sample 03:17

1.636Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.302Subject Sample 03:20

1.820Breath Volume 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:0906/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:01

Indian River Co SO

MCKENZIE,B

06/27/2025

402477284

Indian River Co SO

CUEVAS,J,

SPIEGEL

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.082Control Test 01:41

0.000Air Blank 01:41

# 1 0.213Subject Sample 01:43

2.554Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.217Subject Sample 01:46

1.515Breath Volume 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:1506/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

20:44

Indian River Co SO

D.DEIGHAN,D

06/27/2025

402477284

Indian River Co SO

HARRIS,C,A

MCCLAIN

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:14

0.000Air Blank 23:14

0.081Control Test 23:15

0.000Air Blank 23:15

# 1Subject Sample 23:15 Subject Test Refused

0.000Breath Volume 23:15

0.000Air Blank 23:16

0.082Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:47:4106/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

13:22

Indian River Co SO

ROTH,C

06/27/2025

402477284

Sebastian PD

GRANDY,KEVIN,

BERGMAN

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:40

0.000Air Blank 17:41

0.081Control Test 17:41

0.000Air Blank 17:41

# 1 0.000Subject Sample 17:42

2.671Breath Volume 17:42

0.000Air Blank 17:43

0.000Air Blank 17:45

# 2 0.000Subject Sample 17:46

2.746Breath Volume 17:46

0.000Air Blank 17:46

0.082Control Test 17:47

0.000Air Blank 17:47

OKDiagnostics Check 17:47

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:3006/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:18

Indian River Co SO

HATTON,M

06/27/2025

402477284

Indian River Co SO

BURNS,R,E

HAZLEY

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.081Control Test 21:07

0.000Air Blank 21:07

# 1Subject Sample 21:08 Subject Test Refused

0.000Breath Volume 21:08

0.000Air Blank 21:08

0.082Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:3406/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:15

Indian River Co SO

MOORE,D

06/27/2025

402477284

Indian River Co SO

CUEVAS,J,

CHIMEL

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:57

# 1 0.277Subject Sample 22:58

1.464Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.277Subject Sample 23:01

1.226Breath Volume 23:01

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:3206/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:41

Indian River Co SO

MCKENZIE,B

06/27/2025

402477284

Indian River Co SO

CUEVAS,J,

DENTON

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:4706/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:09

17:47

Indian River Co SO

DELEON,T

06/27/2025

402477284

Indian River Co SO

HARRIS,C,A

WRIGHT

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:32

0.082Control Test 18:32

0.000Air Blank 18:33

# 1 0.000Subject Sample 18:33

2.839Breath Volume 18:33

0.000Air Blank 18:34

0.000Air Blank 18:36

# 2 0.000Subject Sample 18:36

2.656Breath Volume 18:36

0.000Air Blank 18:36

0.082Control Test 18:37

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:0906/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:57

Indian River Co SO

RUIZ,M

06/27/2025

402477284

Sebastian PD

HARRIS,C,A

KAUFMAN

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.082Control Test 22:51

0.000Air Blank 22:51

# 1 0.133Subject Sample 22:54

1.781Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:56

# 2 0.096Subject Sample 22:59 Volume Not Met

0.660Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 3 0.104Subject Sample 23:05 Volume Not Met

1.113Breath Volume 23:05

0.000Air Blank 23:06

0.078Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:4006/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:57

Indian River Co SO

MOORE,D

06/27/2025

402477284

Indian River Co SO

HARRIS,C,A

NORRIS

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:59

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:01

# 1Subject Sample 00:01 Subject Test Refused

0.000Breath Volume 00:01

0.000Air Blank 00:01

0.080Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:0206/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:13

Indian River Co SO

BARRIENTOS,S

06/27/2025

402477284

Indian River Co SO

HARRIS,C,A

BARRETT

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:25

# 1Subject Sample 00:25 Subject Test Refused

0.000Breath Volume 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:27

Data Download Date/Time: 07/14/2023 16:27

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5506/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:55

Indian River Co SO

MOORE,D

06/27/2025

402477284

Indian River Co SO

HARRIS,C,A

BORMAN

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.081Control Test 03:02

0.000Air Blank 03:02

# 1Subject Sample 03:03 Subject Test Refused

0.000Breath Volume 03:03

0.000Air Blank 03:03

0.081Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 07/14/2023 16:28

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:5806/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:24

18:58

Indian River Co SO

PEACH,K

06/27/2025

402477284

Indian River Co SO

CUEVAS,J,

GIL MORALES

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:47

0.081Control Test 19:47

0.000Air Blank 19:48

# 1Subject Sample 19:48 Subject Test Refused

0.000Breath Volume 19:48

0.000Air Blank 19:49

0.081Control Test 19:49

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 07/14/2023 16:28

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:4506/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:06

Indian River Co SO

BOLOGNA,J

06/27/2025

402477284

Indian River Co SO

RENTAS,N,

MATHEWS

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.081Control Test 02:11

0.000Air Blank 02:11

# 1 0.149Subject Sample 02:12

2.433Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.148Subject Sample 02:15

3.140Breath Volume 02:15

0.000Air Blank 02:15

0.081Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 07/14/2023 16:28

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:2206/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

17:09

Indian River Co SO

RUIZ,M

06/27/2025

402477284

Sebastian PD

BURNS,R,E

BENNETT

06/03/2023

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:27

0.000Air Blank 18:28

0.082Control Test 18:28

0.000Air Blank 18:28

# 1Subject Sample 18:29 Subject Test Refused

0.000Breath Volume 18:29

0.000Air Blank 18:29

0.081Control Test 18:29

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 07/14/2023 16:28

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2806/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:06

Sarasota County SO

PIERSON,CORY

08/05/2024

15922080A4

Sarasota County SO

PIERSON,CORY,M

SISSON

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.079Control Test 01:50

0.000Air Blank 01:50

# 1 0.245Subject Sample 01:51

4.281Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.238Subject Sample 01:53

4.152Breath Volume 01:53

0.000Air Blank 01:54

0.077Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:4706/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:00

Sarasota County SO

PIERSON,CORY

08/05/2024

15922080A4

Sarasota County SO

PIERSON,CORY,M

BRODERICK

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.078Control Test 23:59

0.000Air Blank 23:59

# 1 0.225Subject Sample 00:00

3.214Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.215Subject Sample 00:03

2.195Breath Volume 00:03

0.000Air Blank 00:03

0.078Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:55:1806/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:23

12:27

Sarasota County SO

BARR,J

08/05/2024

15922080A4

Sarasota County SO

BARR,J,

BARLEY

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:43

0.000Air Blank 13:44

0.077Control Test 13:44

0.000Air Blank 13:45

# 1Subject Sample 13:48 No Sample Provided

0.000Breath Volume 13:48

0.000Air Blank 13:48

0.000Air Blank 13:50

# 2Subject Sample 13:53 No Sample Provided

0.000Breath Volume 13:53

0.000Air Blank 13:54

0.079Control Test 13:54

0.000Air Blank 13:55

OKDiagnostics Check 13:55

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:14:2806/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

11:59

Sarasota County SO

FRANKS,SIMON

08/05/2024

15922080A4

Sarasota County SO

FRANKS,SIMON,A

SHAW

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:02

0.000Air Blank 14:02

0.078Control Test 14:03

0.000Air Blank 14:03

# 1 0.266Subject Sample 14:06 Volume Not Met

1.085Breath Volume 14:06

0.000Air Blank 14:07

0.000Air Blank 14:09

# 2 0.297Subject Sample 14:09

1.500Breath Volume 14:09

0.000Air Blank 14:10

0.000Air Blank 14:12

# 3 0.309Subject Sample 14:12

1.554Breath Volume 14:12

0.000Air Blank 14:13

0.075Control Test 14:13

0.000Air Blank 14:14

OKDiagnostics Check 14:14

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:0406/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:47

Sarasota County SO

MARTIN,KYLE

08/05/2024

15922080A4

Sarasota County SO

MARTIN,DEPUTY,

CHAPMAN

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.078Control Test 22:50

0.000Air Blank 22:51

# 1 0.206Subject Sample 22:52

2.558Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:54

# 2 0.223Subject Sample 22:55

2.269Breath Volume 22:55

0.000Air Blank 22:56

0.077Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:57

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:4506/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:19

Sarasota County SO

NORTON,G

08/05/2024

15922080A4

Sarasota County SO

NORTON,G,

SKEENS

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.079Control Test 20:24

0.000Air Blank 20:25

# 1 0.000Subject Sample 20:26

1.328Breath Volume 20:26

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.000Subject Sample 20:29

1.250Breath Volume 20:29

0.000Air Blank 20:29

0.079Control Test 20:30

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2406/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

20:28

Sarasota County SO

ACKLEY,DEP

08/05/2024

15922080A4

Sarasota County SO

ACKLEY,DEP,M

MANGO

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:44

# 1Subject Sample 23:48 No Sample Provided

0.000Breath Volume 23:48

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.235Subject Sample 23:53 Volume Not Met

0.746Breath Volume 23:53

0.000Air Blank 23:54

0.079Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:29:2006/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:01

10:29

Sarasota County SO

HEYMAN,LUKE

08/05/2024

15922080A4

Sarasota County SO

HEYMAN,LUKE,S

CARCAMO

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:22

0.000Air Blank 11:22

0.079Control Test 11:23

0.000Air Blank 11:23

# 1 0.000Subject Sample 11:24

1.769Breath Volume 11:24

0.000Air Blank 11:25

0.000Air Blank 11:27

# 2 0.000Subject Sample 11:27

2.402Breath Volume 11:27

0.000Air Blank 11:28

0.078Control Test 11:28

0.000Air Blank 11:29

OKDiagnostics Check 11:29

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:5206/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:12

Sarasota County SO

KEOGH,RYAN

08/05/2024

15922080A4

Venice PD

MITCHELL,N,N

SIFLING

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:41

# 1 0.145Subject Sample 21:42

2.625Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.143Subject Sample 21:45

2.164Breath Volume 21:45

0.000Air Blank 21:45

0.078Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:5206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:24

Sarasota County SO

NORTON,G

08/05/2024

15922080A4

Sarasota County SO

NORTON,G,

THOMPSON

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1 0.107Subject Sample 02:15

4.039Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.101Subject Sample 02:18

3.082Breath Volume 02:18

0.000Air Blank 02:18

0.078Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:1406/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:30

FHP Troop F

NERSTEN,DANIEL

08/05/2024

15922080A4

FHP Troop F

NERSTEN,DANIEL,N

BREEDEN

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.078Control Test 02:25

0.000Air Blank 02:26

# 1Subject Sample 02:26 Subject Test Refused

0.000Breath Volume 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:36:3506/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:39

14:35

Sarasota County SO

SHIRLEY,T

08/05/2024

15922080A4

Sarasota County SO

MATIAS SEGUNDO,AGUSTIN,

MATIAS SEGUNNDO

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:23

0.000Air Blank 15:24

0.079Control Test 15:24

0.000Air Blank 15:25

# 1 0.279Subject Sample 15:28 Volume Not Met

0.539Breath Volume 15:28

0.000Air Blank 15:29

0.000Air Blank 15:30

# 2 0.282Subject Sample 15:31

2.574Breath Volume 15:31

0.000Air Blank 15:31

0.000Air Blank 15:33

# 3 0.272Subject Sample 15:34

1.734Breath Volume 15:34

0.000Air Blank 15:35

0.077Control Test 15:35

0.000Air Blank 15:36

OKDiagnostics Check 15:36

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:2806/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

17:37

Sarasota County SO

DAVENPORT,DANIEL

08/05/2024

15922080A4

Sarasota County SO

DAVENPORT,DANIEL,J

ARDIZZONE

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:58

0.000Air Blank 18:59

0.078Control Test 18:59

0.000Air Blank 18:59

# 1 0.160Subject Sample 19:00

1.691Breath Volume 19:00

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.164Subject Sample 19:03

2.058Breath Volume 19:03

0.000Air Blank 19:04

0.078Control Test 19:04

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:3606/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:26

Sarasota County SO

NORTON,G

08/05/2024

15922080A4

Sarasota County SO

NORTON,G,

SPENCER

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:07

# 1Subject Sample 00:10 No Sample Provided

0.000Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2Subject Sample 00:16 No Sample Provided

0.000Breath Volume 00:16

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:1306/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:14

Sarasota County SO

COLLINS,R

08/05/2024

15922080A4

Sarasota PD

BURLEY,S,M

ZAPATA

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1 0.123Subject Sample 03:37

1.832Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.122Subject Sample 03:40

1.484Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4306/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:16

Sarasota County SO

NORTON,G

08/05/2024

15922080A4

Sarasota County SO

NORTON,G,

JESSUP

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.078Control Test 03:51

0.000Air Blank 03:51

# 1Subject Sample 03:52 Subject Test Refused

0.000Breath Volume 03:52

0.000Air Blank 03:52

0.077Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2206/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:49

Sarasota County SO

PIERSON,CORY

08/05/2024

15922080A4

Sarasota County SO

PIERSON,CORY,M

SANCHEZ

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:35

# 1 0.182Subject Sample 04:35

1.742Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.177Subject Sample 04:38

1.992Breath Volume 04:38

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:0806/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:44

Sarasota County SO

MILLER,DEP R

08/05/2024

15922080A4

Sarasota County SO

MILLER,DEP,R

BRIONES

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

# 1 0.000Subject Sample 04:31

3.148Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.000Subject Sample 04:34

2.835Breath Volume 04:34

0.000Air Blank 04:35

0.078Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2806/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:30

Sarasota County SO

SIPE,OFC R

08/05/2024

15922080A4

Sarasota PD

MILLER,DEP,R

GARCIA RAMIREZ

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.076Control Test 04:57

0.000Air Blank 04:58

# 1 0.177Subject Sample 04:58

2.468Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.187Subject Sample 05:01

2.757Breath Volume 05:01

0.000Air Blank 05:02

0.075Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0406/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:18

Sarasota County SO

MILLER,DEP R

08/05/2024

15922080A4

Sarasota County SO

MILLER,DEP,R

MALDONADO CRUZ

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.078Control Test 23:04

0.000Air Blank 23:04

# 1 0.230Subject Sample 23:05

2.480Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.219Subject Sample 23:08

2.003Breath Volume 23:08

0.000Air Blank 23:09

0.076Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:10

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1406/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

21:19

Sarasota County SO

RODRIGUEZ,E

08/05/2024

15922080A4

Sarasota PD

BURLEY,S,M

DELGADO-NAVA

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.079Control Test 22:01

0.000Air Blank 22:01

# 1 0.206Subject Sample 22:02

2.519Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.217Subject Sample 22:05

2.535Breath Volume 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4206/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:50

Sarasota County SO

PIERSON,CORY

08/05/2024

15922080A4

Sarasota County SO

PIERSON,CORY,M

SALES LOPEZ

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.079Control Test 00:38

0.000Air Blank 00:38

# 1 0.187Subject Sample 00:39

1.312Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.185Subject Sample 00:43

1.414Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2606/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:14

Sarasota County SO

MILLER,DEP R

08/05/2024

15922080A4

Sarasota County SO

MILLER,DEP,R

MURZYN

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:03

# 1Subject Sample 02:06 No Sample Provided

0.000Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2Subject Sample 02:12 No Sample Provided

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 06/23/2023 12:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5906/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

00:55

Sarasota County SO

ACKLEY,DEP

08/05/2024

15922080A4

Sarasota County SO

ACKLEY,DEP,M

CHRISTNER

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:05

# 1 0.219Subject Sample 02:05

3.257Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.228Subject Sample 02:08

3.253Breath Volume 02:08

0.000Air Blank 02:09

0.077Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 07/27/2023 10:08

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:4406/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:49

Sarasota County SO

DINKA,OFFICER

08/05/2024

15922080A4

Venice PD

ACKLEY,DEP,M

BRUCE

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:20

# 1 0.235Subject Sample 02:21

4.074Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.233Subject Sample 02:24

4.109Breath Volume 02:24

0.000Air Blank 02:24

0.076Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 07/27/2023 10:08

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:1906/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

23:13

Sarasota County SO

DAVENPORT,DANIEL

08/05/2024

15922080A4

Sarasota County SO

DAVENPORT,DANIEL,J

SUTER

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

# 1 0.231Subject Sample 23:36

2.914Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.212Subject Sample 23:39

1.757Breath Volume 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 07/27/2023 10:08

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:4306/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:38

Sarasota County SO

ACKLEY,DEP

08/05/2024

15922080A4

Sarasota County SO

ACKLEY,DEP,M

CAWLEY

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

# 1Subject Sample 01:04 No Sample Provided

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.172Subject Sample 01:08

1.480Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 3Subject Sample 01:14 No Sample Provided

0.000Breath Volume 01:14

0.000Air Blank 01:14

0.078Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 07/27/2023 10:08

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:1006/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:46

Sarasota County SO

MILLER,DEP R

08/05/2024

15922080A4

Sarasota County SO

MILLER,DEP,R

MORADO ZEPEDA

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

# 1 0.174Subject Sample 01:42

3.359Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.158Subject Sample 01:45

2.093Breath Volume 01:45

0.000Air Blank 01:46

0.077Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 07/27/2023 10:08

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4306/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:42

FHP Troop F

NERSTEN,DANIEL

08/05/2024

15922080A4

FHP Troop F

NERSTEN,DANIEL,N

HUMMEL

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:29

# 1Subject Sample 04:30 Subject Test Refused

0.000Breath Volume 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 07/27/2023 10:08

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:1906/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:56

16:19

Sarasota County SO

SANTOS,OFFICER

08/05/2024

15922080A4

Sarasota PD

MATTHEWS,DEPUTY,

FARROW

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:26

0.079Control Test 17:26

0.000Air Blank 17:27

# 1 0.145Subject Sample 17:27

2.019Breath Volume 17:27

0.000Air Blank 17:28

0.000Air Blank 17:30

# 2 0.143Subject Sample 17:30

2.023Breath Volume 17:30

0.000Air Blank 17:31

0.079Control Test 17:31

0.000Air Blank 17:32

OKDiagnostics Check 17:32

Data Download Date/Time: 07/27/2023 10:08

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:3306/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:19

17:50

Sarasota County SO

DAVENPORT,DANIEL

08/05/2024

15922080A4

Sarasota County SO

DAVENPORT,DANIEL,J

MAURICE

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:49

0.000Air Blank 18:49

0.076Control Test 18:49

0.000Air Blank 18:50

# 1 0.220Subject Sample 18:50

3.054Breath Volume 18:50

0.000Air Blank 18:51

0.000Air Blank 18:53

# 2 0.211Subject Sample 18:53

3.132Breath Volume 18:53

0.000Air Blank 18:54

0.078Control Test 18:54

0.000Air Blank 18:55

OKDiagnostics Check 18:55

Data Download Date/Time: 07/27/2023 10:08

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:31:4206/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

16:20

Sarasota County SO

MARTIN,KYLE

08/05/2024

15922080A4

Sarasota County SO

MARTIN,DEPUTY,

HARGREAVES

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:25

0.000Air Blank 16:26

0.079Control Test 16:26

0.000Air Blank 16:26

# 1 0.326Subject Sample 16:27

1.144Breath Volume 16:27

0.000Air Blank 16:27

0.000Air Blank 16:29

# 2 0.315Subject Sample 16:30

1.566Breath Volume 16:30

0.000Air Blank 16:30

0.078Control Test 16:31

0.000Air Blank 16:31

OKDiagnostics Check 16:31

Data Download Date/Time: 06/23/2023 12:01

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:5406/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:25

Sarasota County SO

SMYTH,GARY

08/05/2024

15922080A4

Sarasota County SO

MARTIN,DEPUTY,

NAUGHTON

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.080Control Test 02:36

0.000Air Blank 02:36

# 1 0.163Subject Sample 02:37

1.164Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.162Subject Sample 02:40

1.171Breath Volume 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 06/23/2023 12:01

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:45:1206/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:12

17:07

Sarasota County SO

MILLER,RYAN

08/05/2024

15922080A4

Sarasota County SO

MARTIN,DEPUTY,

JORDAN

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:33

0.000Air Blank 17:34

0.078Control Test 17:34

0.000Air Blank 17:35

# 1Subject Sample 17:38 No Sample Provided

0.000Breath Volume 17:38

0.000Air Blank 17:38

0.000Air Blank 17:40

# 2Subject Sample 17:43 No Sample Provided

0.000Breath Volume 17:43

0.000Air Blank 17:44

0.078Control Test 17:44

0.000Air Blank 17:45

OKDiagnostics Check 17:45

Data Download Date/Time: 06/23/2023 12:01

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:3006/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

17:06

Sarasota County SO

MARTIN,KYLE

08/05/2024

15922080A4

Sarasota County SO

MARTIN,DEPUTY,

POQUETTE

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:19

0.000Air Blank 17:20

0.078Control Test 17:20

0.000Air Blank 17:21

# 1 0.000Subject Sample 17:22

1.476Breath Volume 17:22

0.000Air Blank 17:22

0.000Air Blank 17:24

# 2 0.000Subject Sample 17:25

1.378Breath Volume 17:25

0.000Air Blank 17:25

0.078Control Test 17:25

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 06/23/2023 12:01

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4306/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:51

Sarasota County SO

NORTON,G

08/05/2024

15922080A4

Sarasota County SO

NORTON,G,

ANDERSON

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.081Control Test 23:54

0.000Air Blank 23:54

# 1 0.274Subject Sample 23:55

2.371Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.285Subject Sample 23:58

2.570Breath Volume 23:58

0.000Air Blank 23:58

0.080Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 06/23/2023 11:02

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:4806/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:45

Sarasota County SO

DAVENPORT,DANIEL

08/05/2024

15922080A4

Sarasota County SO

DAVENPORT,DANIEL,J

CARMONA OLIVA

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

# 1 0.117Subject Sample 01:01

3.015Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.119Subject Sample 01:04

3.050Breath Volume 01:04

0.000Air Blank 01:04

0.079Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 06/23/2023 11:02

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0906/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

23:03

Sarasota County SO

NORTON,G

08/05/2024

15922080A4

Sarasota County SO

NORTON,G,

LAVDARI

05/12/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

# 1 0.137Subject Sample 23:12

2.335Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.133Subject Sample 23:15

2.234Breath Volume 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 06/23/2023 11:02

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:11:2106/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

15:00

14:00

Charlotte County SO

CAMERON,CELESTE

06/05/2024

08622080A1

Charlotte County SO

CAMERON,CELESTE,M

BESS

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:05

0.000Air Blank 16:06

0.080Control Test 16:06

0.000Air Blank 16:06

# 1 0.000Subject Sample 16:07

1.429Breath Volume 16:07

0.000Air Blank 16:07

0.000Air Blank 16:09

# 2 0.000Subject Sample 16:09

1.917Breath Volume 16:09

0.000Air Blank 16:10

0.080Control Test 16:10

0.000Air Blank 16:11

OKDiagnostics Check 16:11

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:2506/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:00

04:00

Charlotte County SO

LUPI,D

06/05/2024

08622080A1

Charlotte County SO

NAZZARESE,JUSTIN,C

MARCHMAN

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

# 1 0.000Subject Sample 04:30

1.464Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.000Subject Sample 04:34

1.347Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1206/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:16

Charlotte County SO

BARONE,ALEC

06/05/2024

08622080A1

Charlotte County SO

LITMAN,JACELYN,A

WASHINGTON

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

# 1 0.196Subject Sample 04:23

1.335Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.185Subject Sample 04:26

2.382Breath Volume 04:26

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:3106/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

19:11

Charlotte County SO

MORITZ,J

06/05/2024

08622080A1

Charlotte County SO

SANDERS,TAMARA,M

MARR

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:39

# 1 0.287Subject Sample 20:41

2.308Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.317Subject Sample 20:45

1.492Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 3 0.306Subject Sample 20:48

1.933Breath Volume 20:48

0.000Air Blank 20:48

0.078Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:5406/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

20:12

Charlotte County SO

ALVAREZ,H

06/05/2024

08622080A1

Charlotte County SO

WILES,MICHAEL,P

WISEMAN

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.080Control Test 01:09

0.000Air Blank 01:09

# 1 0.000Subject Sample 01:10

3.035Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.000Subject Sample 01:13

2.558Breath Volume 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:49:4806/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

12:20

12:00

Charlotte County SO

BELLA RUIZ,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

BOSZE,DEPUTY,J

THOMAS

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:43

0.000Air Blank 12:43

0.080Control Test 12:44

0.000Air Blank 12:44

# 1 0.000Subject Sample 12:45

1.238Breath Volume 12:45

0.000Air Blank 12:45

0.000Air Blank 12:47

# 2 0.000Subject Sample 12:48

1.714Breath Volume 12:48

0.000Air Blank 12:48

0.080Control Test 12:49

0.000Air Blank 12:49

OKDiagnostics Check 12:49

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5806/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:51

Charlotte County SO

REILLY,SEAN

06/05/2024

08622080A1

FHP Troop F

LITMAN,JACELYN,A

PASTOR VILLEGAS

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.080Control Test 03:45

0.000Air Blank 03:45

# 1 0.128Subject Sample 03:48

2.234Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:50

# 2 0.121Subject Sample 03:51

1.597Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5906/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:19

Charlotte County SO

OVALLES VASQUEZ,DEP.

06/05/2024

08622080A1

Charlotte County SO

FORD,JAMES,G

CHIZICK

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.171Subject Sample 03:27 Volume Not Met

0.015Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.180Subject Sample 03:31

2.792Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 3 0.184Subject Sample 03:34

1.511Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:4306/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:49

Charlotte County SO

CONANT,DEP.

06/05/2024

08622080A1

Charlotte County SO

FORD,JAMES,G

BALLENTINE

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.080Control Test 18:43

0.000Air Blank 18:44

# 1 0.000Subject Sample 18:45

2.414Breath Volume 18:45

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.000Subject Sample 18:48

2.265Breath Volume 18:48

0.000Air Blank 18:48

0.079Control Test 18:49

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:1206/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

00:38

Charlotte County SO

SCHWARTZ,JON

06/05/2024

08622080A1

Charlotte County SO

LITMAN,JACELYN,A

GOLDSMITH

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:50

# 1 0.072Subject Sample 01:51

4.062Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.073Subject Sample 01:54

3.812Breath Volume 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:1006/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:50

Charlotte County SO

PATTERSON,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

RUSSO,CHARLES,A

DEROCHE

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

# 1 0.165Subject Sample 03:58

1.855Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.155Subject Sample 04:01

1.917Breath Volume 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:30:1106/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:00

10:00

Charlotte County SO

PERRO,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

SCHWOHCO,DEPUTY,

SOKALSKI

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:23

0.000Air Blank 10:23

0.080Control Test 10:24

0.000Air Blank 10:24

# 1 0.090Subject Sample 10:25

1.394Breath Volume 10:25

0.000Air Blank 10:26

0.000Air Blank 10:28

# 2 0.088Subject Sample 10:28

1.691Breath Volume 10:28

0.000Air Blank 10:29

0.079Control Test 10:29

0.000Air Blank 10:30

OKDiagnostics Check 10:30

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:19:2406/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

15:00

15:00

Charlotte County SO

SCHWOCHO,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

SCHWOCHO,DEPUTY,

WILLIS

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:13

0.000Air Blank 16:13

0.081Control Test 16:14

0.000Air Blank 16:14

# 1 0.000Subject Sample 16:15

2.214Breath Volume 16:15

0.000Air Blank 16:15

0.000Air Blank 16:17

# 2 0.000Subject Sample 16:18

1.515Breath Volume 16:18

0.000Air Blank 16:18

0.080Control Test 16:18

0.000Air Blank 16:19

OKDiagnostics Check 16:19

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:3306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

18:55

Charlotte County SO

SAVIC,DEP.

06/05/2024

08622080A1

Charlotte County SO

FORD,JAMES,G

SANTOS

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:08

0.080Control Test 20:08

0.000Air Blank 20:09

# 1 0.000Subject Sample 20:10

2.082Breath Volume 20:10

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.000Subject Sample 20:13

2.621Breath Volume 20:13

0.000Air Blank 20:13

0.080Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:2306/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:54

Charlotte County SO

VASQUEZ,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

WILLIAMS,CDFC K,

KREGER

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.080Control Test 23:56

0.000Air Blank 23:56

# 3 0.166Subject Sample 23:58

1.410Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.172Subject Sample 00:04 Volume Not Met

0.074Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.158Subject Sample 00:09 Volume Not Met

0.117Breath Volume 00:09

0.000Air Blank 00:10

0.078Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3206/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

01:00

00:30

Charlotte County SO

GERHART,P

06/05/2024

08622080A1

Charlotte County SO

SANDERS,T,

MARCHMAN

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

# 1 0.133Subject Sample 01:22

1.656Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.127Subject Sample 01:25

1.750Breath Volume 01:25

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 06/29/2023 07:53

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:26:4906/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:00

09:30

Charlotte County SO

PENCIC,KENNETH

06/05/2024

08622080A1

Charlotte County SO

PENCIC,KENNETH,A

MARCHMAN

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:20

0.000Air Blank 10:21

0.080Control Test 10:21

0.000Air Blank 10:22

# 1 0.000Subject Sample 10:22

1.554Breath Volume 10:22

0.000Air Blank 10:22

0.000Air Blank 10:25

# 2 0.000Subject Sample 10:25

1.554Breath Volume 10:25

0.000Air Blank 10:25

0.080Control Test 10:26

0.000Air Blank 10:26

OKDiagnostics Check 10:26

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:2106/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

17:00

17:30

Charlotte County SO

DELEON,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

SCHWOCHO,DEPUTY,

HEPLER

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:20

0.000Air Blank 17:20

0.000Control Test 17:21 RFI Detect

Air Blank 17:21 RFI Detect

Data Download Date/Time: 06/29/2023 07:54

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:0606/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

00:20

Charlotte County SO

OVALLES-VASQUEZ,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

WILLIAMS,CDFC K,

PETERSEN

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

# 1 0.134Subject Sample 02:04

1.148Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.137Subject Sample 02:09 Volume Not Met

0.562Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 3 0.106Subject Sample 02:15 Volume Not Met

0.390Breath Volume 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:17

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:15:1506/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:41

09:06

Charlotte County SO

CONANT,ROBERT

06/05/2024

08622080A1

Charlotte County SO

BUTZER,P,

DONATELLE-POLZIN

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:08

0.000Air Blank 10:09

0.079Control Test 10:09

0.000Air Blank 10:09

# 1 0.000Subject Sample 10:10

2.718Breath Volume 10:10

0.000Air Blank 10:11

0.000Air Blank 10:13

# 2 0.000Subject Sample 10:13

2.320Breath Volume 10:13

0.000Air Blank 10:14

0.080Control Test 10:14

0.000Air Blank 10:15

OKDiagnostics Check 10:15

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5306/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

01:59

Charlotte County SO

SIMS,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

WILLIAMS,CDFC K,

HAYNES

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

# 1 0.186Subject Sample 03:31

2.007Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.200Subject Sample 03:35

2.710Breath Volume 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:4906/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

19:55

Charlotte County SO

MORITZ,J

06/05/2024

08622080A1

Charlotte County SO

LITMAN,JACELYN,A

WISKOWSKI

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

# 1 0.130Subject Sample 21:13

1.699Breath Volume 21:13

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.131Subject Sample 21:16

2.019Breath Volume 21:16

0.000Air Blank 21:16

0.080Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:44:3706/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:15

10:50

Charlotte County SO

STEALEY,LANE

06/05/2024

08622080A1

Charlotte County SO

PENCIC,KENNETH,A

TALBERT

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:35

0.000Air Blank 11:36

0.080Control Test 11:36

0.000Air Blank 11:37

# 1 0.206Subject Sample 11:38

1.238Breath Volume 11:38

0.000Air Blank 11:39

0.000Air Blank 11:41

# 2 0.212Subject Sample 11:43

1.347Breath Volume 11:43

0.000Air Blank 11:43

0.079Control Test 11:44

0.000Air Blank 11:44

OKDiagnostics Check 11:44

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:0906/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:09

17:35

Charlotte County SO

PARRA,DEPUTY

06/05/2024

08622080A1

Charlotte County SO

WILLIAMS,CDFC K,

NEIGHBORS

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:38

0.000Air Blank 18:39

0.081Control Test 18:39

0.000Air Blank 18:39

# 1 0.075Subject Sample 18:43 Volume Not Met

0.210Breath Volume 18:43

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.056Subject Sample 18:48 Volume Not Met

0.332Breath Volume 18:48

0.000Air Blank 18:49

0.080Control Test 18:49

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:2706/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

14:45

14:40

Charlotte County SO

CHANDLER,CPL

06/05/2024

08622080A1

Charlotte County SO

DUNN,CDFC,

MARCHMAN

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:23

0.000Air Blank 15:23

0.080Control Test 15:24

0.000Air Blank 15:24

# 1 0.159Subject Sample 15:27

1.445Breath Volume 15:27

0.000Air Blank 15:28

0.000Air Blank 15:30

# 2 0.160Subject Sample 15:31

2.085Breath Volume 15:31

0.000Air Blank 15:32

0.079Control Test 15:32

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:0106/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

18:10

16:00

Charlotte County SO

MARCHMAN,MARCHMAN

06/05/2024

08622080A1

Charlotte County SO

LITMAN,JACELYN,A

MARCHMAN

05/20/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:35

0.000Air Blank 18:36

0.080Control Test 18:36

0.000Air Blank 18:37

# 1 0.115Subject Sample 18:38

1.417Breath Volume 18:38

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2 0.108Subject Sample 18:41

1.312Breath Volume 18:41

0.000Air Blank 18:42

0.080Control Test 18:42

0.000Air Blank 18:42

OKDiagnostics Check 18:43

Data Download Date/Time: 06/29/2023 07:54

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:4906/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

20:08

Pinellas County SO

YEARGIN,DEP GENESIS

04/11/2024

AG210103

Pinellas County SO

YEARGIN,DEP GENESIS,

SMITH

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.079Control Test 20:31

0.000Air Blank 20:32

# 1Subject Sample 20:32 Subject Test Refused

0.000Breath Volume 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 07/05/2023 10:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:1606/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:32

Pinellas County SO

YEARGIN,DEP GENESIS

04/11/2024

AG210103

Pinellas County SO

YEARGIN,DEP GENESIS,

FERRO

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:57

0.079Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 07/05/2023 10:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:2506/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

00:00

Pinellas County SO

YEARGIN,DEP GENESIS

04/11/2024

AG210103

Pinellas County SO

YEARGIN,DEP GENESIS,

FLANNERY

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

# 1 0.164Subject Sample 00:25

1.851Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.157Subject Sample 00:28

1.847Breath Volume 00:28

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 07/05/2023 10:46

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:5806/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

01:13

Pinellas County SO

MITCHELL,ALEXANDRA

04/11/2024

AG210103

Pinellas County SO

MITCHELL,ALEXANDRA,

GRAMATA

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

Air Blank 01:34 RFI Detect

Air Blank 01:34 RFI Detect

Data Download Date/Time: 07/05/2023 10:47

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4006/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

01:13

Pinellas County SO

MITCHELL,ALEXANDRA

04/11/2024

AG210103

Pinellas County SO

MITCHELL,ALEXANDRA,

GRAMATA

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

Air Blank 01:38 RFI Detect

Air Blank 01:38 RFI Detect

Data Download Date/Time: 07/05/2023 10:47

17 October 2023

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0806/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:13

Orange County SO

URBANSKI,ZACHARY

01/05/2024

33321080A3

Orlando PD

VALLANDINGHAM,OLIVIA,B

CHARLES

06/21/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

# 1 0.209Subject Sample 00:01 Volume Not Met

0.167Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.201Subject Sample 00:07 Volume Not Met

0.015Breath Volume 00:07

0.000Air Blank 00:08

0.078Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 07/04/2023 11:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:2706/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:13

Orange County SO

URBANSKI,ZACHARY

01/05/2024

33321080A3

Orlando PD

VALLANDINGHAM,OLIVIA,B

CHALRES

06/21/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.077Control Test 00:11

0.000Air Blank 00:11

# 1 0.172Subject Sample 00:15 Volume Not Met

0.199Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.186Subject Sample 00:20

1.515Breath Volume 00:20

0.000Air Blank 00:20

0.000Air Blank 00:22

# 3 0.173Subject Sample 00:25 Volume Not Met

0.351Breath Volume 00:25

0.000Air Blank 00:26

0.076Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 07/04/2023 11:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:5706/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:05

Orange County SO

HANSTINE,AUSTIN

01/05/2024

33321080A3

Orange County SO

VALLANDINGHAM,OLIVIA,B

RODRIGUEZ GODOY

06/21/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:55

# 1 0.042Subject Sample 02:58 Volume Not Met

0.152Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.044Subject Sample 03:03

1.523Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 3 0.041Subject Sample 03:06

1.597Breath Volume 03:06

0.000Air Blank 03:07

0.078Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 07/04/2023 11:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4106/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:13

Orange County SO

MCMORROW,RYAN

01/05/2024

33321080A3

Winter Garden PD

VALLANDINGHAM,OLIVIA,B

PRYOR

06/21/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.079Control Test 23:39

0.000Air Blank 23:39

# 1 0.189Subject Sample 23:42 Volume Not Met

0.074Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.213Subject Sample 23:47

2.898Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:49

# 3 0.176Subject Sample 23:53 Volume Not Met

0.015Breath Volume 23:53

0.000Air Blank 23:53

0.078Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 07/04/2023 11:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:0006/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:46

Orange County SO

SHIPLEY,DANIEL

01/05/2024

33321080A3

Winter Garden PD

VALLANDINGHAM,OLIVIA,B

BARTOLON SANCHEZ

06/21/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.080Control Test 19:53

0.000Air Blank 19:54

# 1 0.222Subject Sample 19:54

2.011Breath Volume 19:54

0.000Air Blank 19:55

0.000Air Blank 19:57

# 2 0.211Subject Sample 19:57

1.839Breath Volume 19:57

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:58

OKDiagnostics Check 19:59

Data Download Date/Time: 07/04/2023 11:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:5006/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:37

Orange County SO

CRANE,ALEX

01/05/2024

33321080A3

Maitland PD

VALLANDINGHAM,OLIVIA,B

SEMEXANT

06/21/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.078Control Test 02:40

0.000Air Blank 02:41

# 1 0.184Subject Sample 02:41

2.074Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:43

# 2 0.192Subject Sample 02:44

2.203Breath Volume 02:44

0.000Air Blank 02:44

0.080Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 07/04/2023 11:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:2106/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:19

Orange County SO

GARARD,WILLIAM

01/05/2024

33321080A3

FHP Troop D

VALLANDINGHAM,OLIVIA,B

SMITH

06/21/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.139Subject Sample 04:23

1.976Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.143Subject Sample 04:25

2.621Breath Volume 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 07/04/2023 11:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2406/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:21

Orange County SO

HALL,KRISTOPHER

01/05/2024

33321080A3

FHP Troop D

SKOWRONSKI,JEFFREY,J

ESTEVEZ

06/21/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.078Subject Sample 03:33

1.320Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.081Subject Sample 03:35

1.687Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 07/04/2023 11:56

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:5406/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:57

Orange County SO

CAMPBELL,ROBERT

12/05/2024

29122080A1

Apopka PD

EVANS,AUSTIN,T

REYES MARTINEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.083Control Test 02:15

0.000Air Blank 02:15

# 1Subject Sample 02:18 No Sample Provided

0.000Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2Subject Sample 02:24 No Sample Provided

0.000Breath Volume 02:24

0.000Air Blank 02:25

0.084Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 06/21/2023 11:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:1106/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:17

Orange County SO

URBANSKI,ZACHARY

12/05/2024

29122080A1

Orlando PD

DENSON,TRAVIS,W

MORALES MORALES

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.084Control Test 05:08

0.000Air Blank 05:08

# 1 0.131Subject Sample 05:09

1.175Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.126Subject Sample 05:12

1.890Breath Volume 05:12

0.000Air Blank 05:13

0.082Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 06/21/2023 11:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2106/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:09

Orange County SO

TAVERAS,TYLER

12/05/2024

29122080A1

FHP Troop D

EVANS,AUSTIN,T

HERNANDEZ BENITEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.084Control Test 02:07

0.000Air Blank 02:07

# 1 0.138Subject Sample 02:09

1.542Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.143Subject Sample 02:12

1.625Breath Volume 02:12

0.000Air Blank 02:13

0.082Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 06/21/2023 11:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3606/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:28

Orange County SO

LIESENFELT,JASON

12/05/2024

29122080A1

Orange County SO

KOSH,KATIE,J

DIEUDONNE

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.084Control Test 03:09

0.000Air Blank 03:10

# 1 0.085Subject Sample 03:13 Volume Not Met

0.273Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:15

# 2 0.092Subject Sample 03:16

1.125Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 3 0.083Subject Sample 03:22 Volume Not Met

0.312Breath Volume 03:22

0.000Air Blank 03:22

0.082Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 06/21/2023 11:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:4606/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

18:26

Orange County SO

AGOSTINO,VINCENT

12/05/2024

29122080A1

Apopka PD

EVANS,AUSTIN,T

HARRILAL

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.084Control Test 22:50

0.000Air Blank 22:50

# 1 0.132Subject Sample 22:51

2.105Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.142Subject Sample 22:54

1.507Breath Volume 22:54

0.000Air Blank 22:54

0.084Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 06/21/2023 11:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:5706/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:18

Orange County SO

TAVERAS,TYLER

12/05/2024

29122080A1

FHP Troop D

DENSON,TRAVIS,W

DOMINGUEZ DOMINGUEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.084Control Test 03:13

0.000Air Blank 03:14

# 1 0.132Subject Sample 03:14

3.437Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.124Subject Sample 03:17

1.703Breath Volume 03:17

0.000Air Blank 03:18

0.083Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4306/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:55

Orange County SO

HARMON,JEREMY

12/05/2024

29122080A1

Orlando PD

KOSH,KATIE,J

DRURY

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.084Control Test 03:36

0.000Air Blank 03:37

# 1Subject Sample 03:37 Subject Test Refused

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.083Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:24:4006/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:53

07:36

Orange County SO

COBOS,JONATHAN

12/05/2024

29122080A1

Orange County SO

DAVIS,COURTNEY,L

KELLY

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:18

0.000Air Blank 08:18

0.085Control Test 08:19

0.000Air Blank 08:19

# 1 0.091Subject Sample 08:20

1.558Breath Volume 08:20

0.000Air Blank 08:20

0.000Air Blank 08:22

# 2 0.098Subject Sample 08:23

1.875Breath Volume 08:23

0.000Air Blank 08:23

0.084Control Test 08:24

0.000Air Blank 08:24

OKDiagnostics Check 08:24

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:4106/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:43

Orange County SO

SPENCER,JOHN

12/05/2024

29122080A1

Orange County SO

VALLANDINGHAM,OLIVIA,B

CAMPOS DOS SANTOS

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.084Control Test 23:47

0.000Air Blank 23:47

# 1Subject Sample 23:48 Interferent Detect

4.140Breath Volume 23:48

0.000Air Blank 23:48

0.084Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:4806/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:08

Orange County SO

HARRIS,BRIAN

12/05/2024

29122080A1

Ocoee PD

KOSH,KATIE,J

HARNER

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.084Control Test 02:20

0.000Air Blank 02:20

# 1Subject Sample 02:23 No Sample Provided

0.000Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2Subject Sample 02:29 No Sample Provided

0.000Breath Volume 02:29

0.000Air Blank 02:29

0.084Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:0306/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:08

Orange County SO

HARRIS,BRIAN

12/05/2024

29122080A1

Ocoee PD

KOSH,KATIE,J

HARNER

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.083Control Test 02:34

0.000Air Blank 02:34

# 1Subject Sample 02:38 No Sample Provided

0.000Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2Subject Sample 02:43 No Sample Provided

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.083Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:45

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:0006/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:20

Orange County SO

RIVAS,TABITHA

12/05/2024

29122080A1

Orange County SO

EVANS,AUSTIN,T

MENDEZ YOC

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.083Control Test 01:56

0.000Air Blank 01:56

# 1 0.160Subject Sample 01:57

2.300Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.161Subject Sample 02:00

2.972Breath Volume 02:00

0.000Air Blank 02:01

0.084Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:02

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:35

Orange County SO

URBANSKI,ZACHARY

12/05/2024

29122080A1

Orlando PD

EVANS,AUSTIN,T

WILEY JR

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.084Control Test 03:24

0.000Air Blank 03:25

# 1 0.099Subject Sample 03:25

2.097Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.095Subject Sample 03:28

2.492Breath Volume 03:28

0.000Air Blank 03:29

0.083Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:19:5606/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:38

Orange County SO

DIDOMENICO,GINO

12/05/2024

29122080A1

Orange County SO

EVANS,AUSTIN,T

RODRIGUEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:13

0.000Air Blank 18:14

0.085Control Test 18:14

0.000Air Blank 18:14

# 1 0.272Subject Sample 18:15

1.570Breath Volume 18:15

0.000Air Blank 18:16

0.000Air Blank 18:17

# 2 0.265Subject Sample 18:18

3.003Breath Volume 18:18

0.000Air Blank 18:19

0.082Control Test 18:19

0.000Air Blank 18:19

OKDiagnostics Check 18:19

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0906/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:01

Orange County SO

URBANSKI,ZACHARY

12/05/2024

29122080A1

Orlando PD

KOSH,KATIE,J

SORSHER

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.084Control Test 22:52

0.000Air Blank 22:52

# 1 0.222Subject Sample 22:53

2.703Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.198Subject Sample 22:56

1.425Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 3 0.212Subject Sample 22:59

2.605Breath Volume 22:59

0.000Air Blank 23:00

0.083Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:1006/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:35

Orange County SO

LAWRENCE,NICHOLAS

12/05/2024

29122080A1

Maitland PD

DENSON,TRAVIS,W

DIAZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.084Control Test 00:45

0.000Air Blank 00:45

# 1 0.196Subject Sample 00:45

1.250Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.197Subject Sample 00:48

1.953Breath Volume 00:48

0.000Air Blank 00:49

0.083Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:5606/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:27

Orange County SO

WATKINS,ANTHONY

12/05/2024

29122080A1

Orange County SO

KOSH,KATIE,J

PEITZMEIER

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.084Control Test 02:14

0.000Air Blank 02:15

# 1 0.162Subject Sample 02:15

3.027Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:17

# 2 0.160Subject Sample 02:18

3.117Breath Volume 02:18

0.000Air Blank 02:19

0.083Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:2706/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:28

Orange County SO

CABADO,KATHERINE

12/05/2024

29122080A1

Orlando PD

DENSON,TRAVIS,W

NUNEZ CASAS

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.083Control Test 02:39

0.000Air Blank 02:39

# 1 0.197Subject Sample 02:40

3.277Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.196Subject Sample 02:42

2.847Breath Volume 02:42

0.000Air Blank 02:43

0.083Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:1206/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:42

Orange County SO

MATIAS,ROLANDO

12/05/2024

29122080A1

Apopka PD

EVANS,AUSTIN,T

ORELLANA VASQUEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.083Control Test 02:50

0.000Air Blank 02:50

# 1 0.111Subject Sample 02:52

1.519Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.108Subject Sample 02:55

1.347Breath Volume 02:55

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5706/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:35

Orange County SO

CAMARGO,WILLINGTON

12/05/2024

29122080A1

Maitland PD

KOSH,KATIE,J

ROMAIN

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.083Control Test 03:36

0.000Air Blank 03:36

# 1 0.160Subject Sample 03:37

1.574Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.157Subject Sample 03:40

1.546Breath Volume 03:40

0.000Air Blank 03:41

0.084Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5406/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

03:00

Orange County SO

GONZALEZ,JOEL

12/05/2024

29122080A1

Orange County SO

EVANS,AUSTIN,T

VICTOR

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.085Control Test 03:44

0.000Air Blank 03:45

# 1 0.263Subject Sample 03:45

1.613Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.244Subject Sample 03:49

1.957Breath Volume 03:49

0.000Air Blank 03:50

0.084Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5806/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:22

Orange County SO

DAUGHERTY,JASON

12/05/2024

29122080A1

Orlando PD

KOSH,KATIE,J

RICHELIEU

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.084Control Test 02:26

0.000Air Blank 02:26

# 1 0.094Subject Sample 02:28

2.058Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.093Subject Sample 02:31

2.296Breath Volume 02:31

0.000Air Blank 02:32

0.082Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:39:5106/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:02

06:25

Orange County SO

NELSON,GREGG

12/05/2024

29122080A1

Central FL Univ PD

DAVIS,COURTNEY,L

SANCHEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:28

0.000Air Blank 07:28

0.084Control Test 07:29

0.000Air Blank 07:29

# 1Subject Sample 07:32 No Sample Provided

0.000Breath Volume 07:32

0.000Air Blank 07:33

0.000Air Blank 07:35

# 2 0.096Subject Sample 07:38 Volume Not Met

0.300Breath Volume 07:38

0.000Air Blank 07:38

0.084Control Test 07:39

0.000Air Blank 07:39

OKDiagnostics Check 07:39

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:46:5206/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:02

06:25

Orange County SO

NELSON,GREGG

12/05/2024

29122080A1

Central FL Univ PD

DAVIS,COURTNEY,L

SANCHEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:41

0.000Air Blank 07:41

0.082Control Test 07:41

0.000Air Blank 07:42

# 1 0.138Subject Sample 07:42

1.800Breath Volume 07:42

0.000Air Blank 07:43

0.000Air Blank 07:45

# 2 0.131Subject Sample 07:45

1.250Breath Volume 07:45

0.000Air Blank 07:45

0.082Control Test 07:46

0.000Air Blank 07:46

OKDiagnostics Check 07:46

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:10:2806/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:41

08:00

FHP Troop D

BAEZ,CARLOS

12/05/2024

29122080A1

FHP Troop D

DAVIS,COURTNEY,L

MARTINEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:04

0.000Air Blank 09:04

0.084Control Test 09:05

0.000Air Blank 09:05

# 1 0.048Subject Sample 09:06

1.234Breath Volume 09:06

0.000Air Blank 09:06

0.000Air Blank 09:08

# 2 0.049Subject Sample 09:09

1.441Breath Volume 09:09

0.000Air Blank 09:09

0.084Control Test 09:09

0.000Air Blank 09:10

OKDiagnostics Check 09:10

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:2106/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:47

Orange County SO

CRANE,ALEX

12/05/2024

29122080A1

Maitland PD

EVANS,AUSTIN,T

LAPAIX

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.084Control Test 02:44

0.000Air Blank 02:44

# 1 0.000Subject Sample 02:45

2.300Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.000Subject Sample 02:48

2.964Breath Volume 02:48

0.000Air Blank 02:48

0.084Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 06/21/2023 11:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4106/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:29

Orange County SO

HARMON,JEREMY

12/05/2024

29122080A1

Orlando PD

KOSH,KATIE,J

FERNANDEZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.085Control Test 01:30

0.000Air Blank 01:30

# 1 0.198Subject Sample 01:31

2.675Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.200Subject Sample 01:34

2.863Breath Volume 01:34

0.000Air Blank 01:34

0.084Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:5406/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:07

Orange County SO

LIESENFELT,JASON

12/05/2024

29122080A1

Orange County SO

EVANS,AUSTIN,T

COVERT

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.085Control Test 04:42

0.000Air Blank 04:42

# 1 0.190Subject Sample 04:43

3.976Breath Volume 04:43

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.197Subject Sample 04:46

2.968Breath Volume 04:46

0.000Air Blank 04:47

0.083Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:5306/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:14

Orange County SO

MCGRORY,DIARMUID

12/05/2024

29122080A1

Orange County SO

RODRIGUEZ,MICHAEL,J

CASON

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:56

0.000Air Blank 05:56

0.084Control Test 05:57

0.000Air Blank 05:57

# 1 0.240Subject Sample 05:58

1.113Breath Volume 05:58

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.225Subject Sample 06:01

1.121Breath Volume 06:01

0.000Air Blank 06:01

0.083Control Test 06:02

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:1006/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:25

Orange County SO

HARMON,JEREMY

12/05/2024

29122080A1

Orlando PD

KOSH,KATIE,J

DAVIS

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.084Control Test 04:05

0.000Air Blank 04:05

# 1 0.129Subject Sample 04:06

1.578Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:08

# 2 0.122Subject Sample 04:09

1.402Breath Volume 04:09

0.000Air Blank 04:10

0.084Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:1906/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:40

Orange County SO

URBANSKI,ZACHARY

12/05/2024

29122080A1

Orlando PD

EVANS,AUSTIN,T

MARZAN OLABARRIETA

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.082Control Test 19:27

0.000Air Blank 19:28

# 1 0.091Subject Sample 19:29

1.832Breath Volume 19:29

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.089Subject Sample 19:31

2.199Breath Volume 19:31

0.000Air Blank 19:32

0.082Control Test 19:32

0.000Air Blank 19:33

OKDiagnostics Check 19:33

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4106/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:38

Orange County SO

LOPEZ,RICHARD

12/05/2024

29122080A1

OTHER Local

KOSH,KATIE,J

NOGUERA MATUSALEN

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.083Control Test 00:33

0.000Air Blank 00:34

# 1 0.138Subject Sample 00:35

1.601Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.143Subject Sample 00:38

1.980Breath Volume 00:38

0.000Air Blank 00:38

0.082Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:3006/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:23

Orange County SO

SCHMIEDER,NICOLAS

12/05/2024

29122080A1

FHP Troop D

EVANS,AUSTIN,T

DIAZ

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.082Control Test 02:21

0.000Air Blank 02:21

# 1 0.197Subject Sample 02:22

1.792Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.199Subject Sample 02:25

1.125Breath Volume 02:25

0.000Air Blank 02:25

0.081Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:57:5006/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

06:55

Orange County SO

MCCARTHY,MICHAEL

12/05/2024

29122080A1

Orlando PD

RODRIGUEZ,MICHAEL,J

LEIGHTON

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:46

0.000Air Blank 07:46

0.082Control Test 07:47

0.000Air Blank 07:47

# 1Subject Sample 07:50 No Sample Provided

0.000Breath Volume 07:50

0.000Air Blank 07:51

0.000Air Blank 07:53

# 2Subject Sample 07:56 No Sample Provided

0.000Breath Volume 07:56

0.000Air Blank 07:56

0.083Control Test 07:57

0.000Air Blank 07:57

OKDiagnostics Check 07:57

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5206/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

21:12

Orange County SO

WATKINS,ANTHONY

12/05/2024

29122080A1

Orange County SO

EVANS,AUSTIN,T

BIGGINS

05/04/2023

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.085Control Test 23:07

0.000Air Blank 23:07

# 1 0.243Subject Sample 23:09

1.406Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.244Subject Sample 23:13

1.777Breath Volume 23:13

0.000Air Blank 23:13

0.083Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 06/21/2023 11:38

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3206/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:43

Clay County SO

ADAMS,S

05/05/2024

07622080A2

Clay County SO

DAVIS,J,M

ELKINS

05/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.080Control Test 03:38

0.000Air Blank 03:38

# 1 0.193Subject Sample 03:39

2.250Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.189Subject Sample 03:43

1.425Breath Volume 03:43

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 06/18/2023 22:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:0006/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:03

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

DAVIS,J,M

TOUCHTON

05/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:03 No Sample Provided

0.000Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:08

Data Download Date/Time: 06/18/2023 22:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:53:0106/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:14

13:16

Clay County SO

CANIER,Z

05/05/2024

07622080A2

Clay County SO

MCKENZIE,A,E

BURNS

05/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:41

0.000Air Blank 14:42

0.080Control Test 14:42

0.000Air Blank 14:42

# 1Subject Sample 14:46 No Sample Provided

0.000Breath Volume 14:46

0.000Air Blank 14:46

0.000Air Blank 14:48

# 2Subject Sample 14:51 No Sample Provided

0.000Breath Volume 14:51

0.000Air Blank 14:52

0.080Control Test 14:52

0.000Air Blank 14:52

OKDiagnostics Check 14:53

Data Download Date/Time: 06/18/2023 22:44

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:4506/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:41

Clay County SO

CROSBY,H

05/05/2024

07622080A2

Orange Park PD

MOSLEY,J,C

WESLEY

06/18/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:41

# 1Subject Sample 23:44 No Sample Provided

0.000Breath Volume 23:44

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2Subject Sample 23:47 Subject Test Refused

0.000Breath Volume 23:47

0.000Air Blank 23:47

0.080Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 07/28/2023 15:14

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:3506/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:53

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

NEUBAUER,J,

CAMPBELL

06/18/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1 0.192Subject Sample 04:36

1.613Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:38

# 2 0.180Subject Sample 04:40

2.292Breath Volume 04:40

0.000Air Blank 04:40

0.080Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 07/28/2023 15:14

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2206/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:03

Sumter County SO

PETERSON,WALT

05/05/2024

213073

Sumter County SO

MITCHELL,KENNETH,D

LEE

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.077Control Test 01:53

0.000Air Blank 01:53

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:54

0.077Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:2106/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

19:57

Sumter County SO

TAPANES,CODY

05/05/2024

213073

Sumter County SO

MITCHELL,KENNETH,D

MALAGON

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.075Control Test 21:41

0.000Air Blank 21:41

# 1 0.048Subject Sample 21:42

1.171Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.047Subject Sample 21:45

1.214Breath Volume 21:45

0.000Air Blank 21:46

0.077Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:06:4606/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

14:00

Sumter County SO

ADKINS,JENNIFER

05/05/2024

213073

Sumter County SO

HILL',TYLER,C

STAMPFL

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:03

0.000Air Blank 15:04

0.077Control Test 15:04

0.000Air Blank 15:05

# 1Subject Sample 15:05 Subject Test Refused

0.000Breath Volume 15:05

0.000Air Blank 15:05

0.076Control Test 15:06

0.000Air Blank 15:06

OKDiagnostics Check 15:06

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3306/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:42

Sumter County SO

MURCHINSON,RONNIE

05/05/2024

213073

Sumter County SO

WRINKLE,BRITTANY,N

BRUNETTE

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:51

# 1Subject Sample 03:52 Subject Test Refused

0.000Breath Volume 03:52

0.000Air Blank 03:52

0.077Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:22:0206/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:58

13:22

Sumter County SO

SCHMIDT,ANDREW

05/05/2024

213073

FHP Troop C

STONE,THOMAS,A

CHANTHARASIAH

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:18

0.000Air Blank 14:19

0.078Control Test 14:19

0.000Air Blank 14:20

# 1Subject Sample 14:20 Subject Test Refused

0.000Breath Volume 14:20

0.000Air Blank 14:21

0.078Control Test 14:21

0.000Air Blank 14:21

OKDiagnostics Check 14:22

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0406/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:10

Sumter County SO

GOEHRING,J

05/05/2024

213073

Sumter County SO

WRINKLE,BRITTANY,N

MANUEL

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.077Control Test 04:51

0.000Air Blank 04:52

# 1 0.166Subject Sample 04:52

2.093Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.171Subject Sample 04:55

2.691Breath Volume 04:55

0.000Air Blank 04:56

0.076Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:57

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:5606/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

21:49

Sumter County SO

YEATER,B

05/05/2024

213073

OTHER Local

WRINKLE,BRITTANY,N

SMITH

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.078Control Test 00:01

0.000Air Blank 00:01

# 1Subject Sample 00:02 Subject Test Refused

0.000Breath Volume 00:02

Air Blank 00:02 RFI Detect

0.000Air Blank 00:02

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:3306/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:01

Sumter County SO

GOEHRING,J

05/05/2024

213073

Sumter County SO

WRINKLE,BRITTANY,N

KOLLER

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.078Control Test 00:28

0.000Air Blank 00:28

# 1 0.230Subject Sample 00:31

1.500Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:34

0.074Control Test 00:34 Control Outside Tolerance

0.000Air Blank 00:35

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:0306/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:42

Sumter County SO

FROELICH,T

05/05/2024

213073

Sumter County SO

MITCHELL,KENNETH,D

MATA

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.078Control Test 22:29

0.000Air Blank 22:29

# 1 0.103Subject Sample 22:30

1.921Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.100Subject Sample 22:33

2.046Breath Volume 22:33

0.000Air Blank 22:34

0.077Control Test 22:34

0.000Air Blank 22:34

OKDiagnostics Check 22:35

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:4106/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

19:11

Sumter County SO

REYNOLDS,DONOVAN

05/05/2024

213073

Sumter County SO

WOODS,CIERRA,L

MEJIA-DIAZ

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:47

0.000Air Blank 19:47

0.077Control Test 19:47

0.000Air Blank 19:48

# 1 0.234Subject Sample 19:49

1.878Breath Volume 19:49

0.000Air Blank 19:49

0.000Air Blank 19:51

# 2 0.230Subject Sample 19:52

1.183Breath Volume 19:52

0.000Air Blank 19:52

0.076Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:5406/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:33

Sumter County SO

HENRY,DENNIS

05/05/2024

213073

Sumter County SO

WOODS,CIERRA,L

MCDANIAL

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.038Subject Sample 22:12

1.500Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.039Subject Sample 22:15

1.382Breath Volume 22:15

0.000Air Blank 22:15

0.077Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5306/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:16

Sumter County SO

HARRIS,E

05/05/2024

213073

Sumter County SO

WRINKLE,BRITTANY,N

HURST

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.077Control Test 23:22

0.000Air Blank 23:23

# 1 0.307Subject Sample 23:24

1.437Breath Volume 23:24

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.298Subject Sample 23:27

1.687Breath Volume 23:27

0.000Air Blank 23:27

0.076Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:3306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:29

Sumter County SO

BERLYNE,R

05/05/2024

213073

FHP Troop C

WRINKLE,BRITTANY,N

SHAW

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.077Control Test 20:22

0.000Air Blank 20:23

# 1Subject Sample 20:26 No Sample Provided

0.000Breath Volume 20:26

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.210Subject Sample 20:31

1.871Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:34

# 3Subject Sample 20:37 No Sample Provided

0.000Breath Volume 20:37

0.000Air Blank 20:37

0.079Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:5206/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:27

Sumter County SO

WARE,G

05/05/2024

213073

Sumter County SO

STRICKLAND,KAVEN,L

BROWN

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.077Control Test 17:42

0.000Air Blank 17:42

# 1 0.000Subject Sample 17:44

3.277Breath Volume 17:44

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.000Subject Sample 17:47

3.074Breath Volume 17:47

0.000Air Blank 17:47

0.076Control Test 17:48

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:40:3406/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:12

15:53

Sumter County SO

MOORE,R

05/05/2024

213073

Sumter County SO

HOLLIS,TERENCE,L

HEARNS

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:33

0.000Air Blank 17:34

0.077Control Test 17:34

0.000Air Blank 17:35

# 1 0.000Subject Sample 17:35

2.878Breath Volume 17:35

0.000Air Blank 17:36

0.000Air Blank 17:38

# 2 0.000Subject Sample 17:39

2.562Breath Volume 17:39

0.000Air Blank 17:39

0.078Control Test 17:39

0.000Air Blank 17:40

OKDiagnostics Check 17:40

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:1506/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:33

Sumter County SO

FROELICH,TYLER

05/05/2024

213073

Sumter County SO

MITCHELL,KENNETH,D

PATTERSON

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:10

0.077Control Test 20:11

0.000Air Blank 20:11

# 1 0.011Subject Sample 20:12

1.628Breath Volume 20:12

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.011Subject Sample 20:15

2.031Breath Volume 20:15

0.000Air Blank 20:16

0.077Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2406/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:34

Sumter County SO

FROELICH,TYLER

05/05/2024

213073

Sumter County SO

WOODS,CIERRA,L

SILER

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.077Control Test 00:20

0.000Air Blank 00:21

# 1 0.000Subject Sample 00:21

1.750Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.000Subject Sample 00:24

1.757Breath Volume 00:24

0.000Air Blank 00:25

0.076Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:2306/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:03

Sumter County SO

HARTMANN,HANS

05/05/2024

213073

Wildwood PD

ISHALL,JALEN,L

ASHWORTH

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:56

0.000Air Blank 21:57

0.078Control Test 21:57

Air Blank 21:57 RFI Detect

0.000Air Blank 21:58

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:1606/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:03

Sumter County SO

HARTMANN,HANS

05/05/2024

213073

Wildwood PD

ISHALL,JALEN,L

ASHWORTH

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.078Control Test 22:02

0.000Air Blank 22:02

# 1 0.114Subject Sample 22:06 Volume Not Met

1.183Breath Volume 22:06

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.125Subject Sample 22:11 Volume Not Met

0.097Breath Volume 22:11

0.000Air Blank 22:12

0.077Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5906/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:08

Sumter County SO

TAPANES,CODY

05/05/2024

213073

Sumter County SO

ISHALL,JALEN,L

BRADY

05/29/2023

8100.27

SUMTER CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:22

# 1 0.193Subject Sample 00:24

1.406Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:26

# 2 0.196Subject Sample 00:28

1.265Breath Volume 00:28

0.000Air Blank 00:29

0.076Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 06/29/2023 05:06

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001646CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3906/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:37

Tyndall AFB PD

PAGAN,JOSHUA

06/27/2025

402477284

Tyndall AFB PD

PAGAN,JOSHUA,R

THOMPKINS

05/18/2023

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

# 1 0.010Subject Sample 01:01

1.519Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.011Subject Sample 01:05

1.960Breath Volume 01:05

0.000Air Blank 01:05

0.082Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 06/14/2023 14:15

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001649CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:58:3306/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

05:50

Titusville PD

RAMOS,JONATHAN

01/05/2024

33321080A2

Titusville PD

KELLY,KAITLYN,V

HENDERSON

05/25/2023

8100.27

TITUSVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:52

0.000Air Blank 06:52

0.080Control Test 06:53

0.000Air Blank 06:53

# 1 0.182Subject Sample 06:53

2.515Breath Volume 06:53

0.000Air Blank 06:54

0.000Air Blank 06:56

# 2 0.163Subject Sample 06:56

2.722Breath Volume 06:56

0.000Air Blank 06:57

0.077Control Test 06:57

0.000Air Blank 06:58

OKDiagnostics Check 06:58

Data Download Date/Time: 06/30/2023 09:59

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0206/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:30

St. Petersburg PD

PEREZ,SAMANTHA

04/05/2025

06023080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

BERBERI

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

# 1 0.131Subject Sample 00:05

1.160Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.132Subject Sample 00:08

1.363Breath Volume 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:10

Data Download Date/Time: 06/21/2023 09:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5206/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:09

St. Petersburg PD

HALL,DUSTIN

04/05/2025

06023080A1

St. Petersburg PD

HALL,DUSTIN,L

OWENS

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1 0.103Subject Sample 02:47

1.468Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.102Subject Sample 02:50

1.417Breath Volume 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 06/21/2023 09:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:1706/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:40

St. Petersburg PD

HALL,DUSTIN

04/05/2025

06023080A1

St. Petersburg PD

HALL,DUSTIN,L

MCGOVERN

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

# 1 0.165Subject Sample 02:30

1.953Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.170Subject Sample 02:33

1.957Breath Volume 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 06/21/2023 09:36

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0906/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:02

St. Petersburg PD

MARTINEAU,ARIC

04/05/2025

06023080A1

St. Petersburg PD

MARTINEAU,ARIC,J

CRAWFORD

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

# 1Subject Sample 02:48 No Sample Provided

0.000Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 06/21/2023 09:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:0006/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:54

St. Petersburg PD

SEAY, III,KENNETH

04/05/2025

06023080A1

St. Petersburg PD

SEAY, III,KENNETH,M

CURETON

05/30/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

# 1 0.131Subject Sample 03:42

1.503Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.117Subject Sample 03:45

1.488Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:47

Data Download Date/Time: 06/21/2023 09:37

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2906/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:16

St. Petersburg PD

MARTINEAU,ARIC

04/05/2025

06023080A1

St. Petersburg PD

MARTINEAU,ARIC,J

SALAMI

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

# 1 0.149Subject Sample 01:58 Volume Not Met

0.460Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.162Subject Sample 02:03

1.195Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 3 0.158Subject Sample 02:07

1.445Breath Volume 02:07

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 07/28/2023 12:12

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:0706/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:09

St. Petersburg PD

BOWERS,ETHAN

04/05/2025

06023080A1

St. Petersburg PD

MARTINEAU,ARIC,J

TURLEY

06/21/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

# 1 0.225Subject Sample 02:18

1.464Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.221Subject Sample 02:21

1.773Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 07/28/2023 12:12

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:2706/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:29

St. John's County SO

MYERS,BENJAMIN

10/03/2025

221264

St. John's County SO

MYERS,BENJAMIN,P

CAMPBELL

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:16

# 1 0.287Subject Sample 01:16

2.308Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.273Subject Sample 01:19

1.507Breath Volume 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 06/28/2023 22:04

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2406/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

02:13

St. Augustine PD

CORREA,JONATHAN

10/03/2025

221264

St. Augustine PD

CORREA,JONATHAN,E

SIDDIQUE

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1 0.227Subject Sample 02:31

1.152Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.216Subject Sample 02:35

1.824Breath Volume 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 06/28/2023 22:04

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:0806/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:39

St. Augustine PD

CORREA,JONATHAN

10/03/2025

221264

St. Augustine PD

CORREA,JONATHAN,E

ROBINSON

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.080Control Test 02:08

0.000Air Blank 02:08

# 1 0.055Subject Sample 02:09

2.542Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.053Subject Sample 02:12

2.164Breath Volume 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 06/28/2023 22:04

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:0006/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:37

St. John's County SO

BENNETT,A

10/03/2025

221264

St. John's County SO

MANGOLD,K,R

DEAN

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:27

# 1 0.216Subject Sample 04:28

1.914Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 2 0.210Subject Sample 04:31

3.296Breath Volume 04:31

Air Blank 04:31 Improper Sample

0.000Air Blank 04:32

Data Download Date/Time: 06/28/2023 22:04

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2006/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:37

St. John's County SO

BENNETT,A

10/03/2025

221264

St. John's County SO

MANGOLD,K,R

DEAN

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:35

# 1 0.224Subject Sample 04:35

3.492Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.216Subject Sample 04:38

2.621Breath Volume 04:38

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 06/28/2023 22:04

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:4006/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:30

St. John's County SO

MCCANDLESS,MATTHEW

10/03/2025

221264

St. John's County SO

MCCANDLESS,MATTHEW,B

BARFOOT

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.081Control Test 23:41

0.000Air Blank 23:41

# 1 0.179Subject Sample 23:42

2.046Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.175Subject Sample 23:45

1.757Breath Volume 23:45

0.000Air Blank 23:45

0.082Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 06/28/2023 22:04

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:08:4906/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:45

13:17

St. Augustine PD

FRASCA,BRIAN

10/03/2025

221264

St. Augustine PD

CORDLE,ABIGAIL,L

HANIGAN

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:06

0.000Air Blank 14:06

0.080Control Test 14:06

0.000Air Blank 14:07

# 1Subject Sample 14:07 Subject Test Refused

0.000Breath Volume 14:07

0.000Air Blank 14:07

0.080Control Test 14:08

0.000Air Blank 14:08

OKDiagnostics Check 14:08

Data Download Date/Time: 06/28/2023 22:04

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:2406/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:34

St. Augustine PD

GREENE,LETOSHUA

10/03/2025

221264

St. John's County SO

SCHUSTER,ZACHARY,R

RODRIGUEZ ALFARO

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.206Subject Sample 03:28

1.816Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.213Subject Sample 03:32

1.382Breath Volume 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 06/28/2023 22:04

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:4806/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

18:09

St. John's County SO

MANGOLD,K

10/03/2025

221264

St. John's County SO

MANGOLD,K,R

OROS

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:45

0.081Control Test 18:45

0.000Air Blank 18:45

# 1 0.191Subject Sample 18:46

2.035Breath Volume 18:46

0.000Air Blank 18:47

0.000Air Blank 18:48

# 2 0.190Subject Sample 18:49

2.312Breath Volume 18:49

0.000Air Blank 18:49

0.080Control Test 18:50

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0706/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:29

St. John's County SO

CARSON,WILLIE

10/03/2025

221264

St. John's County SO

BURKE,LYLE,J

AUGUSTINE

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

# 1 0.000Subject Sample 01:01

4.242Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.000Subject Sample 01:04

3.531Breath Volume 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2106/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:56

St. John's County SO

JAROUSSE,DANIELLE

10/03/2025

221264

St. John's County SO

JAROUSSE,DANIELLE,

SONGER

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.019Subject Sample 02:34

1.957Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.018Subject Sample 02:37

2.511Breath Volume 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4906/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:57

St. John's County SO

JAROUSSE,DANIELE

10/03/2025

221264

St. John's County SO

JAROUSSE,DANIELLE,

COPELAND

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.081Control Test 21:48

0.000Air Blank 21:48

# 1 0.250Subject Sample 21:51

1.378Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.239Subject Sample 21:54

2.019Breath Volume 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1606/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:36

St. Augustine PD

MONIE,J

10/03/2025

221264

St. John's County SO

BAHNSEN,A,R

COLE

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:27

0.000Air Blank 03:27

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0006/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:01

St. Augustine PD

RICHWINE,J

10/03/2025

221264

St. John's County SO

BAHNSEN,A,R

BECKMEYER

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5406/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:57

St. John's County SO

MANGOLD,K

10/03/2025

221264

St. John's County SO

MANGOLD,K,R

PHILLIPS

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

# 1 0.208Subject Sample 02:24

1.417Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:26

# 2 0.208Subject Sample 02:27

2.148Breath Volume 02:27

0.000Air Blank 02:28

0.081Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:2006/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:03

St. John's County SO

MCCANDLESS,MATTHEW

10/03/2025

221264

St. John's County SO

MCCANDLESS,MATTHEW,B

BERGER

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.082Control Test 04:04

0.000Air Blank 04:05

# 1 0.150Subject Sample 04:05

3.507Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.148Subject Sample 04:08

2.507Breath Volume 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:3706/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:23

St. John's County SO

RIGGINS,BRENDAN

10/03/2025

221264

St. John's County SO

RIGGINS,BRENDAN,M

COMPTON

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.082Control Test 22:19

0.000Air Blank 22:19

# 1 0.126Subject Sample 22:22 Volume Not Met

0.695Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.138Subject Sample 22:26

1.148Breath Volume 22:26

0.000Air Blank 22:26

0.000Air Blank 22:28

# 3 0.141Subject Sample 22:29

1.148Breath Volume 22:29

0.000Air Blank 22:29

0.081Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:26:4306/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:07

St. John's County SO

TUSHA,JYLTON

10/03/2025

221264

St. John's County SO

WINTERS,ERIN,M

TAYLOR

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:20

0.000Air Blank 16:21

0.081Control Test 16:21

0.000Air Blank 16:21

# 1 0.044Subject Sample 16:22

3.515Breath Volume 16:22

0.000Air Blank 16:22

0.000Air Blank 16:24

# 2 0.045Subject Sample 16:25

3.628Breath Volume 16:25

0.000Air Blank 16:25

0.080Control Test 16:26

0.000Air Blank 16:26

OKDiagnostics Check 16:26

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:0406/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:52

St. John's County SO

MANGOLD,K

10/03/2025

221264

St. John's County SO

MANGOLD,K,R

MORGAN

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:42

# 1 0.141Subject Sample 01:46 Volume Not Met

0.070Breath Volume 01:46

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.142Subject Sample 01:50

1.828Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 3 0.144Subject Sample 01:53

1.570Breath Volume 01:53

0.000Air Blank 01:54

0.075Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:55

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0406/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:53

St. John's County SO

MCCANDLESS,MATTHEW

10/03/2025

221264

St. John's County SO

MCCANDLESS,MATTHEW,B

MACDONALD

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.082Control Test 00:44

0.000Air Blank 00:45

# 1 0.191Subject Sample 00:46

1.707Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.180Subject Sample 00:49

1.121Breath Volume 00:49

0.000Air Blank 00:50

0.081Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:51

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:3306/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:32

17:47

St. Augustine PD

CORREA,JONATHAN

10/03/2025

221264

St. Augustine PD

CORREA,JONATHAN,E

KOK

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.081Control Test 18:54

0.000Air Blank 18:54

# 1 0.203Subject Sample 18:55

1.156Breath Volume 18:55

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.208Subject Sample 18:58

1.246Breath Volume 18:58

0.000Air Blank 18:58

0.081Control Test 18:58

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4406/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:24

St. Augustine PD

CORREA,JONATHAN

10/03/2025

221264

St. Augustine PD

CORREA,JONATHAN,E

SILVERIA

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.082Control Test 01:39

0.000Air Blank 01:39

# 1 0.188Subject Sample 01:40

2.628Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.190Subject Sample 01:43

1.964Breath Volume 01:43

0.000Air Blank 01:43

0.081Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:0306/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:54

18:27

St. John's County SO

MCCANDLESS,MATTHEW

10/03/2025

221264

St. John's County SO

MCCANDLESS,MATTHEW,B

VALENTINE

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:15

0.081Control Test 19:15

0.000Air Blank 19:15

# 1 0.167Subject Sample 19:16

2.175Breath Volume 19:16

0.000Air Blank 19:17

0.000Air Blank 19:18

# 2 0.163Subject Sample 19:19

1.648Breath Volume 19:19

0.000Air Blank 19:20

0.081Control Test 19:20

0.000Air Blank 19:20

OKDiagnostics Check 19:21

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:1006/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

17:34

St. John's County SO

KELLY,GRIFFIN

10/03/2025

221264

St. John's County SO

MCCANDLESS,MATTHEW,B

SMILEY

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:36

0.081Control Test 18:36

0.000Air Blank 18:37

# 1 0.143Subject Sample 18:38

1.222Breath Volume 18:38

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2 0.141Subject Sample 18:41

1.722Breath Volume 18:41

0.000Air Blank 18:42

0.081Control Test 18:42

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:1106/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:30

St. Augustine PD

MCCULLOUGH,JAMES

10/03/2025

221264

St. Augustine PD

BALLOUN,SAMUEL,C

RODRIGUEZ RIVERA

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.081Control Test 21:59

0.000Air Blank 21:59

# 1 0.186Subject Sample 22:01

1.378Breath Volume 22:01

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.155Subject Sample 22:06 Volume Not Met

0.539Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 3 0.173Subject Sample 22:12 Volume Not Met

0.855Breath Volume 22:12

0.000Air Blank 22:13

0.081Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:0406/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:30

St. Augustine PD

MCCULLOUGH,JAMES

10/03/2025

221264

St. Augustine PD

BALLOUN,SAMUEL,C

RODRIGUEZ RIVERA

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.080Control Test 22:17

0.000Air Blank 22:17

# 1 0.175Subject Sample 22:20 Volume Not Met

0.218Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.163Subject Sample 22:26 Volume Not Met

0.000Breath Volume 22:26

0.000Air Blank 22:27

0.079Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:28

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:1206/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

21:22

St. Augustine PD

MANDILE,JEREMY

10/03/2025

221264

St. John's County SO

BALLOUN,SAMUEL,C

KURZ

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:55

0.082Control Test 21:55

0.000Air Blank 21:56

# 1Subject Sample 21:58 Sequence Aborted

0.000Breath Volume 21:58

0.000Air Blank 21:59

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:1706/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:03

16:22

St. John's County SO

REYNOLDS,JEFF

10/03/2025

221264

St. John's County SO

HAYWARD,KYLE,M

BEATO

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:24

0.000Air Blank 17:24

0.080Control Test 17:24

0.000Air Blank 17:25

# 1 0.200Subject Sample 17:25

2.550Breath Volume 17:25

0.000Air Blank 17:26

0.000Air Blank 17:28

# 2 0.203Subject Sample 17:28

2.253Breath Volume 17:28

0.000Air Blank 17:29

0.081Control Test 17:29

0.000Air Blank 17:30

OKDiagnostics Check 17:30

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:20:1706/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:54

14:00

FHP Troop G

ALIJAGIC,SAMIR

10/03/2025

221264

FHP Troop G

GELSEY,RICHARD,D

PATTERSON GORSKI

05/31/2023

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:14

0.000Air Blank 15:14

0.081Control Test 15:15

0.000Air Blank 15:15

# 1 0.071Subject Sample 15:16

2.109Breath Volume 15:16

0.000Air Blank 15:16

0.000Air Blank 15:18

# 2 0.076Subject Sample 15:18

2.375Breath Volume 15:18

0.000Air Blank 15:19

0.081Control Test 15:19

0.000Air Blank 15:20

OKDiagnostics Check 15:20

Data Download Date/Time: 06/28/2023 22:05

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:3506/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:27

North Miami PD

CHAVES,JULIAN

12/05/2024

29122080A1

North Miami PD

CHAVES,JULIAN,

MATUTE-ORTIZ

05/10/2023

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

# 1 0.193Subject Sample 02:06

1.710Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.189Subject Sample 02:10

2.183Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 06/21/2023 22:31

17 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.


