
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4507/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:18

Palm Bay PD

STEPP,V

12/05/2023

28021080A3

Palm Bay PD

STEPP,V,

LACY

06/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.080Control Test 01:02

0.000Air Blank 01:02

# 1 0.166Subject Sample 01:03

1.621Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:05

# 2 0.162Subject Sample 01:06

1.253Breath Volume 01:06

0.000Air Blank 01:06

0.079Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 07/29/2023 11:53

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:3507/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:05

Palm Bay PD

TRIMBOLI,MELANIE

12/05/2023

28021080A3

Palm Bay PD

TRIMBOLI,MELANIE,M

SHEPHERD

06/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.079Control Test 23:34

0.000Air Blank 23:35

# 1 0.178Subject Sample 23:36

1.488Breath Volume 23:36

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.182Subject Sample 23:38

2.105Breath Volume 23:38

0.000Air Blank 23:39

0.078Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 07/29/2023 11:53

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4207/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

00:21

Palm Bay PD

SKOVIERA,B

12/05/2023

28021080A3

Palm Bay PD

FREY,ROBERT,P

THOMAS

06/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

# 1 0.071Subject Sample 03:11 Volume Not Met

0.164Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.067Subject Sample 03:17 Volume Not Met

0.363Breath Volume 03:17

0.000Air Blank 03:17

0.079Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 07/29/2023 11:53

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:3707/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:22

16:37

Palm Bay PD

SPAULDING,CODY

12/05/2023

28021080A3

Palm Bay PD

MIGLIARA,KENDALL,R

HOTTINGER

06/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:51

0.000Air Blank 17:51

0.080Control Test 17:51

0.000Air Blank 17:52

# 1 0.084Subject Sample 17:55 Volume Not Met

0.187Breath Volume 17:55

0.000Air Blank 17:56

0.000Air Blank 17:57

# 2 0.066Subject Sample 18:01 Volume Not Met

0.546Breath Volume 18:01

0.000Air Blank 18:01

0.079Control Test 18:02

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 07/29/2023 11:53

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:4007/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:24

Palm Bay PD

STEPP,V

12/05/2023

28021080A3

Palm Bay PD

STEPP,V,

ARMSTRONG

06/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:20

0.080Control Test 23:20

0.000Air Blank 23:21

# 1 0.242Subject Sample 23:22

1.562Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:24

# 2 0.239Subject Sample 23:26

1.863Breath Volume 23:26

0.000Air Blank 23:26

0.078Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 07/29/2023 11:53

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:1507/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:01

Palm Bay PD

BARNETT,JAMES

12/05/2023

28021080A3

Palm Bay PD

BARNETT,JAMES,C

FENELON

06/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.080Control Test 23:14

0.000Air Blank 23:14

# 1 0.196Subject Sample 23:16

3.300Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.202Subject Sample 23:19

2.882Breath Volume 23:19

0.000Air Blank 23:20

0.079Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 07/29/2023 11:53

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:1307/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:10

Palm Bay PD

COON,DAVID

12/05/2023

28021080A3

Palm Bay PD

BARNETT,JAMES,C

WILBER

06/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:17

0.000Air Blank 05:17

# 1 0.125Subject Sample 05:18

3.289Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:20

# 2 0.121Subject Sample 05:21

3.480Breath Volume 05:21

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 07/29/2023 11:53

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:15:3007/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:40

07:02

Palm Bay PD

VAN CAMP,RUSSELL

12/05/2023

28021080A3

Brevard County SO

TRIMBOLI,MELANIE,M

LAMARCA

07/29/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:09

0.000Air Blank 08:09

0.080Control Test 08:09

0.000Air Blank 08:10

# 1 0.000Subject Sample 08:10

3.093Breath Volume 08:10

0.000Air Blank 08:11

0.000Air Blank 08:13

# 2 0.000Subject Sample 08:14

3.300Breath Volume 08:14

0.000Air Blank 08:14

0.080Control Test 08:14

0.000Air Blank 08:15

OKDiagnostics Check 08:15

Data Download Date/Time: 08/28/2023 09:21

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:54:1507/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:20

Pinellas Park PD

CALDWELL,GARY

04/05/2025

06023080A1

Pinellas Park PD

CALDWELL,GARY,D

KING

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:51

0.000Air Blank 06:51

0.079Control Test 06:51

0.000Air Blank 06:52

# 1Subject Sample 06:52 Subject Test Refused

0.000Breath Volume 06:52

0.000Air Blank 06:53

0.078Control Test 06:53

0.000Air Blank 06:54

OKDiagnostics Check 06:54

Data Download Date/Time: 07/21/2023 19:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0807/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:02

Pinellas Park PD

HUFF,ZACHARY

04/05/2025

06023080A1

Pinellas Park PD

SCORDINO,DOUGLAS,J

MCNEIL

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

# 1 0.209Subject Sample 00:46

2.125Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.215Subject Sample 00:49

2.011Breath Volume 00:49

0.000Air Blank 00:50

0.077Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 07/21/2023 19:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:2907/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:55

Pinellas Park PD

DETRANO,JEFFREY

04/05/2025

06023080A1

Pinellas Park PD

DETRANO,JEFFREY,J

STYLES

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

# 1Subject Sample 00:51 Subject Test Refused

0.000Breath Volume 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 07/21/2023 19:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1407/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:01

Pinellas Park PD

ROLLESTON,JACOB

04/05/2025

06023080A1

Pinellas Park PD

DETRANO,JEFFREY,J

FRANCIA

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.078Control Test 01:51

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 07/21/2023 19:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:0807/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:31

Pinellas Park PD

MATHOSIAN,MICHAEL

04/05/2025

06023080A1

Pinellas Park PD

SIMPKINS,BENJAMIN,F

KITTLER

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:05

# 1 0.115Subject Sample 02:06

2.113Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.118Subject Sample 02:09

2.089Breath Volume 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 07/21/2023 19:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:5707/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:57

Pinellas Park PD

ADAMS,STERLING

04/05/2025

06023080A1

Pinellas Park PD

ADAMS,STERLING,M

LINDSEY

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.079Control Test 02:58

0.000Air Blank 02:58

# 1 0.000Subject Sample 02:59

1.824Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.000Subject Sample 03:02

1.558Breath Volume 03:02

0.000Air Blank 03:03

0.078Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 07/21/2023 19:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:4307/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:05

Pinellas Park PD

ADAMS,STERLING

04/05/2025

06023080A1

Pinellas Park PD

ADAMS,STERLING,M

FROLICK

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:42

# 1 0.032Subject Sample 22:44

1.242Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.031Subject Sample 22:47

1.312Breath Volume 22:47

0.000Air Blank 22:47

0.078Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 07/21/2023 19:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3107/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:41

Pinellas Park PD

GUY,JOSHUA

04/05/2025

06023080A1

Pinellas Park PD

GUY,JOSHUA,A

O'BRIEN

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:13

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 07/21/2023 19:46

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:0607/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:59

Pinellas Park PD

DETRANO,JEFFREY

04/05/2025

06023080A1

Pinellas Park PD

DETRANO,JEFFREY,J

VICK

06/08/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.079Control Test 22:47

0.000Air Blank 22:48

# 1 0.094Subject Sample 22:48

2.980Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.093Subject Sample 22:51

3.187Breath Volume 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 07/21/2023 19:46

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:35:3807/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:09

10:51

Pinellas Park PD

SHEEHAN,MATTHEW

04/05/2025

06023080A1

Pinellas Park PD

CALDWELL,GARY,D

MORIN

07/21/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:29

0.000Air Blank 11:29

0.079Control Test 11:30

0.000Air Blank 11:30

# 1 0.000Subject Sample 11:31

3.503Breath Volume 11:31

0.000Air Blank 11:31

0.000Air Blank 11:33

# 2 0.000Subject Sample 11:34

2.312Breath Volume 11:34

0.000Air Blank 11:34

0.079Control Test 11:35

0.000Air Blank 11:35

OKDiagnostics Check 11:35

Data Download Date/Time: 08/22/2023 13:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:0607/31/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:36

Pinellas Park PD

HILL,C

04/05/2025

06023080A1

Indian Shores PD

SIMPKINS,BENJAMIN,F

SOENKSEN

07/21/2023

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:30

0.077Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 08/22/2023 13:45

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:1207/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:48

Charlotte County SO

RUNGE,OFFICER R

06/05/2024

08622080A1

Charlotte County SO

WILLIAMS,DEPUTY K,

CORSINI

06/29/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.081Control Test 23:56

0.000Air Blank 23:56

# 3 0.079Subject Sample 23:57

1.425Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.063Subject Sample 00:03 Volume Not Met

0.539Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:05

# 2 0.069Subject Sample 00:08

1.160Breath Volume 00:08

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 07/23/2023 09:58

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5507/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

01:59

Charlotte County SO

BARONE,A

06/05/2024

08622080A1

Charlotte County SO

WILES,MICHAEL,P

BROWN

06/29/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.151Subject Sample 03:07

2.632Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.147Subject Sample 03:10

2.570Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 07/23/2023 09:58

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:3607/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:31

Charlotte County SO

GAHRMANN,K

06/05/2024

08622080A1

Charlotte County SO

LITMAN,JACELYN,A

RIVERA REYES

06/29/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.080Control Test 20:25

0.000Air Blank 20:25

# 1Subject Sample 20:28 No Sample Provided

0.000Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2Subject Sample 20:34 No Sample Provided

0.000Breath Volume 20:34

0.000Air Blank 20:34

0.080Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 07/23/2023 09:58

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4407/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:14

Charlotte County SO

MORITZ,DEP

06/05/2024

08622080A1

Charlotte County SO

COURTNEY,PATRICK,

BUCKRIDGE

06/29/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:25

# 1 0.170Subject Sample 01:26

1.902Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.165Subject Sample 01:30

1.515Breath Volume 01:30

0.000Air Blank 01:30

0.081Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 07/23/2023 09:58

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1307/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:57

Charlotte County SO

SCHWARTZ,J

06/05/2024

08622080A1

Charlotte County SO

LITMAN,JACELYN,A

HODSON

06/29/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1 0.169Subject Sample 03:56

1.781Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.156Subject Sample 04:00

2.507Breath Volume 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 07/23/2023 09:58

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:5107/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

23:30

23:00

Charlotte County SO

GERHEART,P

06/05/2024

08622080A1

Charlotte County SO

SANDERS,T,

MARCHMAN

06/29/2023

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.081Control Test 00:02

0.000Air Blank 00:03

# 1 0.185Subject Sample 00:03

1.847Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:05

# 2 0.193Subject Sample 00:06

1.429Breath Volume 00:06

0.000Air Blank 00:06

0.080Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 07/23/2023 09:59

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:2207/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

20:04

Clearwater PD

NEGERSMITH,DANIEL

01/05/2025

33922080A1

Clearwater PD

NEGERSMITH,DANIEL,M

KITTEL

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.078Control Test 20:25

0.000Air Blank 20:26

# 1 0.170Subject Sample 20:26

1.750Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.169Subject Sample 20:29

1.253Breath Volume 20:29

0.000Air Blank 20:30

0.077Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1007/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

02:03

Clearwater PD

GILES,OFFICER

01/05/2025

33922080A1

Clearwater PD

GILES,OFFICER,G

TORRES SOTO

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:39

# 1 0.213Subject Sample 02:40

3.199Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.200Subject Sample 02:43

2.757Breath Volume 02:43

0.000Air Blank 02:44

0.078Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0207/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:23

Clearwater PD

LIGHTFOOT,L

01/05/2025

33922080A1

Clearwater PD

WOODIE,OFC,L

ROBINSON

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:26

# 1 0.085Subject Sample 00:28

1.199Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:30

# 2 0.083Subject Sample 00:31

1.609Breath Volume 00:31

0.000Air Blank 00:32

0.078Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:33

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0607/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:28

Clearwater PD

VANDUESEN,COLE

01/05/2025

33922080A1

Clearwater PD

KROLICK,ALEX,M

BURGIN

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

# 1 0.105Subject Sample 04:18

2.585Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.091Subject Sample 04:21

2.250Breath Volume 04:21

0.000Air Blank 04:22

0.076Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4107/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:49

Clearwater PD

KROLICK,ALEX

01/05/2025

33922080A1

Clearwater PD

KROLICK,ALEX,M

PEREZ

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

# 1 0.000Subject Sample 03:27

2.183Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.000Subject Sample 03:30

3.062Breath Volume 03:30

0.000Air Blank 03:30

0.078Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1207/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:54

Clearwater PD

VANDUESEN,COLE

01/05/2025

33922080A1

Clearwater PD

KROLICK,ALEX,M

NAVARRO

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.080Control Test 03:35

0.000Air Blank 03:35

# 1 0.184Subject Sample 03:36

1.714Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.176Subject Sample 03:39

3.390Breath Volume 03:39

0.000Air Blank 03:40

0.077Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1507/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:40

Clearwater PD

REICH,OFC

01/05/2025

33922080A1

Clearwater PD

DELATORRE-CASTELLANO,OFC,

RAMOS SALVADOR

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

# 1 0.237Subject Sample 02:19

3.718Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.225Subject Sample 02:22

2.339Breath Volume 02:22

0.000Air Blank 02:23

0.077Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:1607/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:20

Clearwater PD

GILES,OFFICER

01/05/2025

33922080A1

Clearwater PD

GILES,OFFICER,G

PORTILLO LOPEZ

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

# 1 0.150Subject Sample 22:00

2.078Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.153Subject Sample 22:03

1.906Breath Volume 22:03

0.000Air Blank 22:04

0.077Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2207/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:40

Clearwater PD

YEATES,S

01/05/2025

33922080A1

Clearwater PD

PALOMA,NICOLAS,

GONZALEZ ARENAL

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

# 1Subject Sample 22:37 No Sample Provided

0.000Breath Volume 22:37

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2Subject Sample 22:42 No Sample Provided

0.000Breath Volume 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:5607/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:46

Clearwater PD

GILES,OFFICER

01/05/2025

33922080A1

Clearwater PD

GILES,OFFICER,G

HOOKS

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

# 1 0.217Subject Sample 02:26

1.699Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:28

# 2 0.223Subject Sample 02:30

2.503Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:0207/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:55

Clearwater PD

YEATES,SCOTT

01/05/2025

33922080A1

Clearwater PD

YEATES,SCOTT,W

KELLY

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:38

# 1 0.274Subject Sample 23:39

1.136Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:41

# 2 0.274Subject Sample 23:43

1.355Breath Volume 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:45

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0307/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:20

Clearwater PD

KROLICK,ALEX

01/05/2025

33922080A1

Clearwater PD

KROLICK,ALEX,M

FLORES-MARTINEZ

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.215Subject Sample 02:52

1.562Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.211Subject Sample 02:55

2.539Breath Volume 02:55

0.000Air Blank 02:56

0.076Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:0407/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:27

Clearwater PD

HERNANDEZ,IVAN

01/05/2025

33922080A1

Clearwater PD

HERNANDEZ,IVAN,

RITTERFELD YUREIDINI

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.079Control Test 21:15

0.000Air Blank 21:15

# 1 0.135Subject Sample 21:16

1.464Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:18

# 2 0.125Subject Sample 21:19

1.355Breath Volume 21:19

0.000Air Blank 21:20

0.078Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:21

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5707/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:19

Clearwater PD

KROLICK,ALEX

01/05/2025

33922080A1

Clearwater PD

KROLICK,ALEX,M

HARRIS

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:49

# 1 0.000Subject Sample 00:49

1.730Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.000Subject Sample 00:52

1.636Breath Volume 00:52

0.000Air Blank 00:53

0.078Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3207/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:34

Clearwater PD

HERNANDEZ,IVAN

01/05/2025

33922080A1

Clearwater PD

HERNANDEZ,IVAN,

TORI

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

# 1 0.173Subject Sample 01:30

2.593Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.169Subject Sample 01:33

3.117Breath Volume 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:2507/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:01

Clearwater PD

STIERS,S

01/05/2025

33922080A1

Clearwater PD

STIERS,SETH,T

GREEN

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

# 1 0.201Subject Sample 03:37

2.015Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.200Subject Sample 03:39

1.816Breath Volume 03:39

0.000Air Blank 03:40

0.078Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:1407/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:19

Clearwater PD

STIERS,S

01/05/2025

33922080A1

Clearwater PD

STIERS,S,T

MCCUE

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:02

# 1 0.197Subject Sample 05:03

2.882Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:05

# 2 0.182Subject Sample 05:06

1.773Breath Volume 05:06

0.000Air Blank 05:07

0.077Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 07/29/2023 23:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:2107/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:54

Clearwater PD

GILES,OFFICER

01/05/2025

33922080A1

Clearwater PD

GILES,OFFICER,G

PARKS

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1 0.136Subject Sample 03:41 Volume Not Met

0.425Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.178Subject Sample 03:45

1.886Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:47

# 3 0.181Subject Sample 03:48

1.179Breath Volume 03:48

0.000Air Blank 03:49

0.076Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 07/29/2023 23:15

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:0407/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:05

Clearwater PD

NEGERSMITH,DANIEL

01/05/2025

33922080A1

Clearwater PD

NEGERSMITH,DANIEL,M

MITCHELL

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1 0.093Subject Sample 21:02

3.242Breath Volume 21:02

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.095Subject Sample 21:05

3.328Breath Volume 21:05

0.000Air Blank 21:06

0.078Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:07

Data Download Date/Time: 07/29/2023 23:15

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:0107/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:40

Clearwater PD

KROLICK,ALEX

01/05/2025

33922080A1

Clearwater PD

KROLICK,ALEX,M

CANDELARIO

06/30/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.079Control Test 01:09

0.000Air Blank 01:09

# 1 0.091Subject Sample 01:10

3.054Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:12

# 2 0.082Subject Sample 01:13

1.144Breath Volume 01:13

0.000Air Blank 01:14

0.078Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:15

Data Download Date/Time: 07/29/2023 23:15

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:4707/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

20:51

Bradenton PD

LEEMAN,NICOLAS

03/20/2026

402697419

Bradenton PD

WENTLAND,ALEX,N

KOLODITCH

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:24

# 1Subject Sample 22:24 Subject Test Refused

0.000Breath Volume 22:24

0.000Air Blank 22:24

0.079Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 07/20/2023 16:21

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2107/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:19

Bradenton PD

LEEMAN,NICOLAS

03/20/2026

402697419

Bradenton PD

WENTLAND,ALEX,N

DAVIS

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.078Control Test 04:08

0.000Air Blank 04:09

# 1 0.138Subject Sample 04:09

3.554Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.128Subject Sample 04:12

1.875Breath Volume 04:12

0.000Air Blank 04:13

0.075Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 07/20/2023 16:21

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0307/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:02

FHP Troop F

TAYLOR,JONATHAN

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

FRAZIER

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1 0.167Subject Sample 23:13

1.121Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:15

# 2 0.170Subject Sample 23:16

1.566Breath Volume 23:16

0.000Air Blank 23:17

0.076Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:18

Data Download Date/Time: 07/20/2023 16:21

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:4307/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:59

FHP Troop F

LEDFORD,TAYLOR

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

MARTIN RAMIREZ

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.077Control Test 23:22

0.000Air Blank 23:23

# 1Subject Sample 23:23 Subject Test Refused

0.000Breath Volume 23:23

0.000Air Blank 23:23

0.078Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 07/20/2023 16:21

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:3707/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:29

Bradenton PD

GERMAIN,WESLEY

03/20/2026

402697419

Bradenton PD

GARDNER,SHELBY,R

PERALES

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

# 1 0.085Subject Sample 01:46

2.148Breath Volume 01:46

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.089Subject Sample 01:49

1.832Breath Volume 01:49

0.000Air Blank 01:49

0.078Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:5807/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

18:59

Bradenton PD

MILLER,JORDAN

03/20/2026

402697419

Bradenton PD

MAYES JR,DARRON,O

TRYGGESETH

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.079Control Test 20:11

0.000Air Blank 20:11

# 1 0.121Subject Sample 20:13

1.382Breath Volume 20:13

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.126Subject Sample 20:17

1.687Breath Volume 20:17

0.000Air Blank 20:18

0.078Control Test 20:18

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:46:2907/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:19

10:33

Bradenton PD

WEAVER,NICOLE

03/20/2026

402697419

Palmetto PD

GARDNER,SHELBY,R

TANNER

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:40

0.000Air Blank 11:40

0.080Control Test 11:40

0.000Air Blank 11:41

# 1 0.000Subject Sample 11:41

1.460Breath Volume 11:41

0.000Air Blank 11:42

0.000Air Blank 11:44

# 2 0.000Subject Sample 11:45

2.378Breath Volume 11:45

0.000Air Blank 11:45

0.078Control Test 11:45

0.000Air Blank 11:46

OKDiagnostics Check 11:46

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:4807/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

02:49

FHP Troop F

LEDFORD,TAYLOR

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

GROSS

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.080Control Test 05:28

0.000Air Blank 05:29

# 1Subject Sample 05:29 Subject Test Refused

0.000Breath Volume 05:29

0.000Air Blank 05:29

0.080Control Test 05:30

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:1107/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

04:59

FHP Troop F

JABLONSKI,MARK

03/20/2026

402697419

FHP Troop F

JABLONSKI,MARK,A

GARCIA CONDE

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:53

0.078Control Test 05:53

0.000Air Blank 05:54

# 1 0.170Subject Sample 05:54

2.339Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.177Subject Sample 05:57

2.062Breath Volume 05:57

0.000Air Blank 05:58

0.079Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:3907/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:05

FHP Troop F

LEDFORD,TAYLOR

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

MORALES VELAZQUEZ

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

# 1 0.135Subject Sample 04:05

1.730Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.134Subject Sample 04:09

1.492Breath Volume 04:09

0.000Air Blank 04:09

0.078Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:1507/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:25

FHP Troop F

LEDFORD,TAYLOR

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

LEAL-PALACIOS

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.077Control Test 01:58

0.000Air Blank 01:58

# 1Subject Sample 01:58 Subject Test Refused

0.000Breath Volume 01:58

0.000Air Blank 01:59

0.078Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:1907/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

01:28

FHP Troop F

LEDFORD,TAYLOR

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

VELIZ DIAZ

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

# 1Subject Sample 04:06 Subject Test Refused

0.000Breath Volume 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:4407/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:01

Palmetto PD

MENDES,KAVEN

03/20/2026

402697419

Bradenton PD

URUCHIMA,ANGEL,R

BELL

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:22

0.080Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4107/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:04

FHP Troop F

LEDFORD,TAYLOR

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

AULITA

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.078Control Test 04:58

0.000Air Blank 04:59

# 1Subject Sample 04:59 Subject Test Refused

0.000Breath Volume 04:59

0.000Air Blank 04:59

0.078Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:4707/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:25

FHP Troop F

LEDFORD,TAYLOR

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

WILLIAMS

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

Air Blank 05:18 Ambient Fail

0.000Air Blank 05:18

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:5407/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:25

FHP Troop F

LEDFORD,TAYLOR

03/20/2026

402697419

FHP Troop F

LEDFORD,TAYLOR,M

WILLIAMS

06/12/2023

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.076Control Test 05:21

0.000Air Blank 05:22

# 1Subject Sample 05:22 Subject Test Refused

0.000Breath Volume 05:22

0.000Air Blank 05:22

0.076Control Test 05:23

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 07/20/2023 16:22

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:4407/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:49

Jacksonville SO

DESOUZA,A

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

CARVER

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.078Control Test 04:04

0.000Air Blank 04:05

# 1Subject Sample 04:05 Subject Test Refused

0.000Breath Volume 04:05

0.000Air Blank 04:05

0.078Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0507/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

00:19

Jacksonville SO

KEEN,C

12/05/2023

29821080A4

Jacksonville Beach

ROCOURT,NIA-NICOLE,L

DOUGLAS

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.077Control Test 02:33

0.000Air Blank 02:34

# 1 0.167Subject Sample 02:34

2.199Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.167Subject Sample 02:37

2.031Breath Volume 02:37

0.000Air Blank 02:38

0.077Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:3307/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

17:10

Jacksonville SO

LOKMIC,S

12/05/2023

29821080A4

Jacksonville SO

MARSHALL,SHAQUANIA,R

FRITTON

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:58

0.000Air Blank 18:58

0.077Control Test 18:58

0.000Air Blank 18:59

# 1Subject Sample 19:00 Subject Test Refused

0.000Breath Volume 19:00

0.000Air Blank 19:00

0.078Control Test 19:00

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:2207/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

20:35

Jacksonville SO

HIXSON,C

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

SMITH

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.077Control Test 22:36

0.000Air Blank 22:36

# 1 0.336Subject Sample 22:36

3.015Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.334Subject Sample 22:39

3.289Breath Volume 22:39

0.000Air Blank 22:40

0.077Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:4507/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

22:20

Jacksonville SO

HART,A

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

DIAZ NAVARRO

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.077Control Test 00:47

0.000Air Blank 00:47

# 1 0.202Subject Sample 00:48

2.746Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.203Subject Sample 00:51

2.605Breath Volume 00:51

0.000Air Blank 00:51

0.077Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:4407/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

03:54

Jacksonville SO

PETERSON,J

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

MEMNON

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.077Control Test 05:09

0.000Air Blank 05:09

# 1 0.050Subject Sample 05:10

3.195Breath Volume 05:10

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.048Subject Sample 05:13

3.750Breath Volume 05:13

0.000Air Blank 05:13

0.078Control Test 05:14

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:0807/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

20:15

Jacksonville SO

HILLIER,J

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

RHODES JR

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.078Control Test 22:07

0.000Air Blank 22:07

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:08

0.078Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:3107/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

21:37

Jacksonville SO

IEZZI,M

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

MARTINEZ SOLORZANO

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.077Control Test 23:46

0.000Air Blank 23:47

# 1 0.021Subject Sample 23:48

1.652Breath Volume 23:48

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.018Subject Sample 23:51

2.328Breath Volume 23:51

0.000Air Blank 23:51

0.077Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3107/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

01:45

Jacksonville SO

HIXSON,C

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

BARTA

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:30

# 1Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:31

0.077Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:0307/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

02:10

Jacksonville SO

GARCIA,Y

12/05/2023

29821080A4

Jacksonville SO

TROTIER,PAUL,F

FELIX DOMINGO

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.077Control Test 04:18

0.000Air Blank 04:18

# 1 0.157Subject Sample 04:19

1.761Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.169Subject Sample 04:22

1.277Breath Volume 04:22

0.000Air Blank 04:23

0.078Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:24

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:2407/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

03:32

Jacksonville SO

WHISMAN,N

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

ALDERMAN

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.077Control Test 05:18

0.000Air Blank 05:19

# 1 0.160Subject Sample 05:21

1.218Breath Volume 05:21

0.000Air Blank 05:21

0.000Air Blank 05:23

# 2 0.163Subject Sample 05:25

1.761Breath Volume 05:25

0.000Air Blank 05:26

0.078Control Test 05:26

0.000Air Blank 05:27

OKDiagnostics Check 05:27

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2107/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

22:50

Jacksonville SO

BATEH,J

12/05/2023

29821080A4

FHP Troop G

HINSON,M,C

RODRIGUEZ RODRIGUEZ

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.077Control Test 01:32

0.000Air Blank 01:32

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2Subject Sample 01:40 Subject Test Refused

0.000Breath Volume 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:1707/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

00:45

Jacksonville SO

HIXSON,C

12/05/2023

29821080A4

Jacksonville SO

MEDINA,G,

SIMMONS

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.078Control Test 03:18

0.000Air Blank 03:18

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:19

0.078Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:4907/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

02:50

Jacksonville SO

WHISMAN,N

12/05/2023

29821080A4

Jacksonville SO

HALE,J,K

KUMAR

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.078Control Test 04:34

0.000Air Blank 04:34

# 1Subject Sample 04:37 Subject Test Refused

0.000Breath Volume 04:37

0.000Air Blank 04:37

0.078Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2607/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:20

Jacksonville SO

THOMPSON,A

12/05/2023

29821080A4

Jacksonville SO

HALE,J,K

RUISE

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.077Control Test 04:50

0.000Air Blank 04:51

# 1 0.118Subject Sample 04:53

1.191Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.121Subject Sample 04:58 Volume Not Met

0.148Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 3 0.124Subject Sample 05:01

1.375Breath Volume 05:01

0.000Air Blank 05:02

0.077Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0707/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

21:29

Jacksonville SO

IEZZI,M

12/05/2023

29821080A4

Jacksonville SO

YOHN,ANTHONY,W

VENEGAS

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:05

# 1Subject Sample 00:05 Subject Test Refused

0.000Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3807/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

00:44

Jacksonville SO

ULYSSE,S

12/05/2023

29821080A4

Jacksonville SO

YOHN,ANTHONY,W

CORIDOVA VELASQUEZ

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.078Control Test 02:34

0.000Air Blank 02:35

# 1Subject Sample 02:35 Subject Test Refused

0.000Breath Volume 02:35

0.000Air Blank 02:35

0.078Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:4207/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

02:57

Jacksonville SO

WHISMAN,N

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

O'NEAL

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.078Control Test 04:50

0.000Air Blank 04:51

# 1 0.118Subject Sample 04:51

2.800Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.117Subject Sample 04:54

2.261Breath Volume 04:54

0.000Air Blank 04:54

0.078Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:54:1507/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

05:13

Jacksonville SO

BATEH,J

12/05/2023

29821080A4

FHP Troop G

HOLIDAY,E,C

VILLATORO

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:50

0.000Air Blank 06:50

0.078Control Test 06:51

0.000Air Blank 06:51

# 1Subject Sample 06:52 Subject Test Refused

0.000Breath Volume 06:52

0.000Air Blank 06:53

0.078Control Test 06:53

0.000Air Blank 06:54

OKDiagnostics Check 06:54

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:4207/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

20:22

Jacksonville SO

ULYSSE,S

12/05/2023

29821080A4

Jacksonville SO

POWELL,EDWARD,A

JOHNSON

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.078Control Test 22:18

0.000Air Blank 22:19

# 1 0.000Subject Sample 22:19

1.132Breath Volume 22:19

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.000Subject Sample 22:22

1.500Breath Volume 22:22

0.000Air Blank 22:22

0.078Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:2907/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

23:38

Jacksonville SO

IEZZI,M

12/05/2023

29821080A4

Jacksonville SO

POWELL,EDWARD,A

JOHNSON

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:21

# 1 0.068Subject Sample 02:21

1.507Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.062Subject Sample 02:24

1.496Breath Volume 02:24

0.000Air Blank 02:25

0.078Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:3807/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:45

Jacksonville SO

LUGO,R

12/05/2023

29821080A4

Jacksonville SO

POWELL,EDWARD,A

TOURING

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.078Control Test 23:01

0.000Air Blank 23:01

# 1 0.077Subject Sample 23:02

2.171Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.077Subject Sample 23:05

2.304Breath Volume 23:05

0.000Air Blank 23:05

0.077Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:0607/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:01

Jacksonville SO

HARRELL,R

12/05/2023

29821080A4

Jacksonville SO

HINSON,M,C

CESAR

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.078Control Test 23:49

0.000Air Blank 23:50

# 1 0.052Subject Sample 23:50

1.156Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.047Subject Sample 23:53

1.406Breath Volume 23:53

0.000Air Blank 23:54

0.078Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:1607/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:52

Jacksonville SO

DESOUZA,A

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

TLING

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.077Control Test 23:44

0.000Air Blank 23:45

# 1 0.251Subject Sample 23:45

2.523Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.249Subject Sample 23:48

1.652Breath Volume 23:48

0.000Air Blank 23:49

0.077Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0807/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

22:57

Jacksonville SO

WHISMAN,N

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

ESPINOSA

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.077Control Test 00:34

0.000Air Blank 00:34

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:35

0.077Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:0307/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

03:45

Jacksonville SO

WHISMAN,N

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

MURRAY JR

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.077Control Test 05:31

0.000Air Blank 05:32

# 1 0.184Subject Sample 05:32

2.007Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.182Subject Sample 05:35

1.632Breath Volume 05:35

0.000Air Blank 05:36

0.078Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:37

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0207/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

00:12

Jacksonville SO

IEZZI,M

12/05/2023

29821080A4

Jacksonville SO

YOHN,ANTHONY,W

ROJAS

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.077Control Test 02:34

0.000Air Blank 02:34

# 1 0.130Subject Sample 02:35

2.308Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.120Subject Sample 02:38

1.847Breath Volume 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:40

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:2807/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:15

Jacksonville SO

DESOUZA,A

12/05/2023

29821080A4

Jacksonville SO

WALKER,P,L

MCGRAIL

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.077Control Test 06:13

0.000Air Blank 06:13

# 1Subject Sample 06:14 Subject Test Refused

0.000Breath Volume 06:14

0.000Air Blank 06:14

0.078Control Test 06:14

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:1807/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:33

Jacksonville SO

DESOUZA,A

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

SHARPE

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.077Control Test 02:14

0.000Air Blank 02:14

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:0007/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

02:30

Jacksonville SO

ULYSSE,S

12/05/2023

29821080A4

Jacksonville SO

HALE,J,K

CEASER

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.077Control Test 04:15

0.000Air Blank 04:16

# 1Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:17

0.078Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:18

Data Download Date/Time: 07/20/2023 11:36

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:3907/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:33

Jacksonville SO

DESOUZA,A

12/05/2023

29821080A4

Jacksonville SO

FRAGOMENI,G,D

AGUILAR HERNANDEZ

06/14/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.078Control Test 04:32

0.000Air Blank 04:32

# 1 0.215Subject Sample 04:32

1.718Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.220Subject Sample 04:36

2.015Breath Volume 04:36

0.000Air Blank 04:36

0.078Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 07/20/2023 11:37

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:0707/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

21:54

Jacksonville SO

IEZZI,M

12/05/2023

29821080A4

Jacksonville SO

HINSON,M,C

AGUILAR PALMA

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:19

# 1Subject Sample 00:23 No Sample Provided

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2Subject Sample 00:28 No Sample Provided

0.000Breath Volume 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:1107/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

01:50

Jacksonville SO

HARRELL,R

12/05/2023

29821080A4

Jacksonville SO

HINSON,M,C

STEWART

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.078Control Test 03:59

0.000Air Blank 03:59

# 1 0.122Subject Sample 04:00

2.886Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.122Subject Sample 04:03

3.804Breath Volume 04:03

0.000Air Blank 04:04

0.078Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:2007/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

18:35

Jacksonville SO

HILLIER,J

12/05/2023

29821080A4

Jacksonville SO

HINSON,M,C

RANALLETTA

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.078Control Test 21:20

0.000Air Blank 21:20

# 1 0.000Subject Sample 21:21

1.613Breath Volume 21:21

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.000Subject Sample 21:23

2.277Breath Volume 21:23

0.000Air Blank 21:24

0.078Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:0107/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

21:55

Jacksonville SO

LOKMIC,I

12/05/2023

29821080A4

Jacksonville SO

HINSON,M,C

MOORE

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.078Control Test 23:26

0.000Air Blank 23:27

# 1Subject Sample 23:28 Subject Test Refused

0.000Breath Volume 23:28

0.000Air Blank 23:29

0.078Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:30

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:1507/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:26

Jacksonville SO

PETERSON,J

12/05/2023

29821080A4

Jacksonville SO

HALE,J,K

TEWOLDE

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.078Control Test 03:48

0.000Air Blank 03:48

# 1 0.184Subject Sample 03:52 Volume Not Met

0.164Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.172Subject Sample 03:57 Volume Not Met

0.929Breath Volume 03:57

0.000Air Blank 03:58

0.077Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:2107/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:40

Jacksonville SO

LUGO,R

12/05/2023

29821080A4

Jacksonville SO

YOHN,ANTHONY,W

WATFORD

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.078Control Test 22:00

0.000Air Blank 22:00

# 1 0.151Subject Sample 22:00

2.046Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.153Subject Sample 22:03

1.210Breath Volume 22:03

0.000Air Blank 22:04

0.078Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5807/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:10

Jacksonville SO

THOMPSON,A

12/05/2023

29821080A4

Jacksonville SO

POWELL,EDWARD,A

RADFORD

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.077Control Test 01:49

0.000Air Blank 01:50

# 1 0.182Subject Sample 01:50

1.593Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.192Subject Sample 01:53

2.742Breath Volume 01:53

0.000Air Blank 01:54

0.077Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:5107/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

01:20

Jacksonville SO

ROE,B

12/05/2023

29821080A4

Jacksonville SO

POWELL,EDWARD,A

BROWN

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:26

0.078Control Test 05:26

0.000Air Blank 05:27

# 1Subject Sample 05:27 Subject Test Refused

0.000Breath Volume 05:27

0.000Air Blank 05:27

0.078Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:3407/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:22

Jacksonville SO

RODRIGUEZ,M

12/05/2023

29821080A4

Jacksonville SO

JAMES,ALFONSO,

MOORE

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.077Control Test 20:44

0.000Air Blank 20:44

# 1 0.143Subject Sample 20:45

3.230Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.134Subject Sample 20:48

2.222Breath Volume 20:48

0.000Air Blank 20:48

0.077Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:1607/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

21:51

Jacksonville SO

KEEN,C

12/05/2023

29821080A4

Jacksonville Beach

POWELL,EDWARD,A

STANTON

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.077Control Test 00:18

0.000Air Blank 00:18

# 1Subject Sample 00:18 Subject Test Refused

0.000Breath Volume 00:18

0.000Air Blank 00:19

0.077Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:4307/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:04

Jacksonville SO

WHISMAN,N

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

EDWARDS

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.077Control Test 02:52

0.000Air Blank 02:53

# 1 0.140Subject Sample 02:53

2.257Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:55

# 2 0.137Subject Sample 02:56

3.125Breath Volume 02:56

0.000Air Blank 02:56

0.077Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 08/17/2023 13:42

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5607/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:10

Jacksonville SO

FLANDERS,T

12/05/2023

29821080A4

Jacksonville SO

JAMES,ALFONSO,

LOZIER

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:46

0.078Control Test 04:46

0.000Air Blank 04:47

# 1 0.019Subject Sample 04:47

1.921Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:49

# 2 0.018Subject Sample 04:50

1.648Breath Volume 04:50

0.000Air Blank 04:51

0.078Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 08/17/2023 13:43

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:33:5607/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:07

04:39

Jacksonville SO

WHISMAN,N

12/05/2023

29821080A4

Jacksonville SO

POWELL,EDWARD,A

TURNER JR

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:27

0.000Air Blank 06:28

0.078Control Test 06:28

0.000Air Blank 06:29

# 1 0.109Subject Sample 06:29

1.707Breath Volume 06:29

0.000Air Blank 06:30

0.000Air Blank 06:32

# 2 0.108Subject Sample 06:32

1.292Breath Volume 06:32

0.000Air Blank 06:33

0.078Control Test 06:33

0.000Air Blank 06:33

OKDiagnostics Check 06:33

Data Download Date/Time: 08/17/2023 13:43

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:22:3807/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:54

05:51

Jacksonville SO

DESOUZA,A

12/05/2023

29821080A4

Jacksonville SO

ANDERSON,CONNER,J

RUIZ

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:14

0.000Air Blank 07:14

0.077Control Test 07:15

0.000Air Blank 07:15

# 1 0.188Subject Sample 07:17

1.132Breath Volume 07:17

0.000Air Blank 07:17

0.000Air Blank 07:19

# 2 0.181Subject Sample 07:21

2.117Breath Volume 07:21

0.000Air Blank 07:21

0.078Control Test 07:22

0.000Air Blank 07:22

OKDiagnostics Check 07:22

Data Download Date/Time: 08/17/2023 13:43

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5207/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:35

Jacksonville SO

PETERSON,J

12/05/2023

29821080A4

Jacksonville SO

STANFORD,B,R

CRUZ RONDON

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.077Control Test 02:41

0.000Air Blank 02:41

# 1 0.132Subject Sample 02:42

1.441Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.110Subject Sample 02:45

1.203Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 3 0.120Subject Sample 02:49

1.148Breath Volume 02:49

0.000Air Blank 02:49

0.077Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 08/17/2023 13:43

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:0607/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

17:30

Jacksonville SO

VALERIO,E

12/05/2023

29821080A4

Jacksonville SO

HINSON,M,C

PEREZ ALVARENGA

07/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:42

0.077Control Test 19:43

0.000Air Blank 19:43

# 1 0.102Subject Sample 19:44

3.078Breath Volume 19:44

0.000Air Blank 19:45

0.000Air Blank 19:47

# 2 0.102Subject Sample 19:47

2.835Breath Volume 19:47

0.000Air Blank 19:48

0.077Control Test 19:48

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 08/17/2023 13:43

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5107/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:28

Lakeland PD

WILSON,KALEB

04/05/2025

06723080A5

Lakeland PD

WILSON,KALEB,R

BUTLER

06/20/2023

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

# 1 0.202Subject Sample 03:13

1.707Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.197Subject Sample 03:16

1.148Breath Volume 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 08/14/2023 12:47

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:2607/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:02

Lakeland PD

WILSON,KALEB

04/05/2025

06723080A5

Lakeland PD

WILSON,KALEB,R

TILLMAN

06/20/2023

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.081Control Test 04:23

0.000Air Blank 04:23

# 1 0.226Subject Sample 04:24

1.140Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.227Subject Sample 04:27

1.125Breath Volume 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 08/14/2023 12:47

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:4007/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:24

Lakeland PD

WILSON,KALEB

04/05/2025

06723080A5

Lakeland PD

WILSON,KALEB,R

PETERS

06/20/2023

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.081Control Test 00:13

0.000Air Blank 00:13

# 1 0.106Subject Sample 00:14

2.625Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.099Subject Sample 00:17

2.250Breath Volume 00:17

0.000Air Blank 00:17

0.079Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 08/14/2023 12:47

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:1807/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:06

Lakeland PD

RIGGALL,NICHOLAS

04/05/2025

06723080A5

Lakeland PD

RIGGALL,NICHOLAS,S

DIXON

06/20/2023

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.099Subject Sample 03:09

2.679Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.099Subject Sample 03:12

2.941Breath Volume 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 08/14/2023 12:47

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-002463CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:1207/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:32

Hialeah PD

CAMPILLO,ADONYS

05/09/2025

402370890

Hialeah PD

NATARENO,BRIANNE,S

DELGADO

06/21/2023

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.078Control Test 05:31

0.000Air Blank 05:31

# 1 0.170Subject Sample 05:32

1.652Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:34

# 2 0.179Subject Sample 05:36

1.750Breath Volume 05:36

0.000Air Blank 05:37

0.077Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 07/26/2023 10:51

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-002463CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1607/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:40

Hialeah PD

ALMANZAR,STEVEN

05/09/2025

402370890

Hialeah PD

PEREZ,JUSTIN,J

CASTILLO

06/21/2023

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:34

# 1 0.260Subject Sample 02:34

2.347Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.268Subject Sample 02:37

3.523Breath Volume 02:37

0.000Air Blank 02:38

0.076Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 07/26/2023 10:51

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-002988CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0407/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:15

Miramar PD

MANTILLA,JOSE

04/05/2024

1141545

OTHER Local

GAZMURI,KEYSER,

BLANCHARD

06/29/2023

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1Subject Sample 00:08 Subject Test Refused

0.000Breath Volume 00:08

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:10

Data Download Date/Time: 07/31/2023 15:50

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1607/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

02:04

Tallahassee PD

ROY,GARY

01/05/2025

33922080A2

Tallahassee PD

ROY,GARY,A

ROS QUESADA

06/05/2023

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

# 1 0.125Subject Sample 02:13

1.906Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.122Subject Sample 02:16

2.828Breath Volume 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 07/20/2023 14:43

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:3207/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

00:45

Tallahassee PD

ROY,GARY

01/05/2025

33922080A2

Tallahassee PD

ROY,GARY,A

MCCLOUD

07/20/2023

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.077Control Test 00:01

0.000Air Blank 00:02

# 1 0.043Subject Sample 00:02

1.195Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.040Subject Sample 00:05

1.363Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 08/25/2023 05:32

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:5307/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:55

Tallahassee PD

ROY,GARY

01/05/2025

33922080A2

Tallahassee PD

ROY,GARY,A

NORTH

07/20/2023

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.078Control Test 01:16

0.000Air Blank 01:16

# 1 0.226Subject Sample 01:18

1.152Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.246Subject Sample 01:22

1.226Breath Volume 01:22

0.000Air Blank 01:22

0.077Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 08/25/2023 05:32

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:25:4407/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:45

16:38

FFWCC (Ocala)

HOPKINS,MICHAEL

10/13/2023

AG128602

FFWCC (Ocala)

MARROQUIN,RICHARD,J

WOODCOCK

06/20/2023

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:19

0.000Air Blank 17:20

0.076Control Test 17:20

0.000Air Blank 17:20

# 1 0.177Subject Sample 17:21

2.250Breath Volume 17:21

0.000Air Blank 17:21

0.000Air Blank 17:23

# 2 0.175Subject Sample 17:24

2.441Breath Volume 17:24

0.000Air Blank 17:24

0.076Control Test 17:25

0.000Air Blank 17:25

OKDiagnostics Check 17:25

Data Download Date/Time: 07/24/2023 15:40

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:4207/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:10

19:55

FFWCC (Ocala)

MARROQUIN,RICHARD

10/13/2023

AG128602

FFWCC (Ocala)

MARROQUIN,RICHARD,J

FOGELBERG

06/20/2023

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.076Control Test 20:51

0.000Air Blank 20:52

# 1Subject Sample 20:52 Subject Test Refused

0.000Breath Volume 20:52

0.000Air Blank 20:52

0.076Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 07/24/2023 15:40

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:2507/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:02

16:02

FFWCC (Ocala)

MARROQUIN,RICHARD

10/13/2023

AG128602

FFWCC (Ocala)

MARROQUIN,RICHARD,J

WELTON

06/20/2023

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:22

0.000Air Blank 16:22

0.077Control Test 16:23

0.000Air Blank 16:23

# 1 0.100Subject Sample 16:24

1.253Breath Volume 16:24

0.000Air Blank 16:24

0.000Air Blank 16:26

# 2 0.104Subject Sample 16:26

3.226Breath Volume 16:26

0.000Air Blank 16:27

0.076Control Test 16:27

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 07/24/2023 15:40

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:2407/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:15

18:12

FFWCC (Ocala)

SCHAFFER,MATTHEW

04/13/2025

AG310302

FFWCC (Ocala)

STOKER,RONALD,J

RATHBUN

06/20/2023

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:53

0.078Control Test 18:53

0.000Air Blank 18:53

# 1Subject Sample 18:54 Subject Test Refused

0.000Breath Volume 18:54

0.000Air Blank 18:54

0.078Control Test 18:54

0.000Air Blank 18:55

OKDiagnostics Check 18:55

Data Download Date/Time: 07/24/2023 13:55

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:1107/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

02:51

MIAMI BEACH PD

SAVINON,RENDY

07/29/2023

1355293

MIAMI BEACH PD

CREWS,CURTIS,L

MALKA

06/15/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.080Control Test 04:18

0.000Air Blank 04:18

# 1 0.180Subject Sample 04:19

1.628Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:21

# 2 0.189Subject Sample 04:22

1.367Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 07/20/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:5207/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

00:06

MIAMI BEACH PD

NUNEZ,BENJAMIN

07/29/2023

1355293

MIAMI BEACH PD

NUNEZ,BENJAMIN,A

KINCHELOW

06/15/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:30

0.000Air Blank 00:30

# 1Subject Sample 00:31 Subject Test Refused

0.000Breath Volume 00:31

0.000Air Blank 00:31

0.078Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 07/20/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:2907/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:26

MIAMI BEACH PD

TUCCI,JOSE

12/07/2024

402290677

MIAMI BEACH PD

TUCCI,JOSE,F

KIMA

07/20/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:57

0.000Air Blank 05:58

0.080Control Test 05:58

0.000Air Blank 05:59

# 1 0.078Subject Sample 05:59

3.828Breath Volume 05:59

0.000Air Blank 06:00

0.000Air Blank 06:02

# 2 0.077Subject Sample 06:02

3.484Breath Volume 06:02

0.000Air Blank 06:03

0.080Control Test 06:03

0.000Air Blank 06:04

OKDiagnostics Check 06:04

Data Download Date/Time: 08/24/2023 11:17

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:5607/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:01

04:47

MIAMI BEACH PD

TOLEDO,JONATHAN

12/07/2024

402290677

MIAMI BEACH PD

BROWN-
ROSQUETE,STEPHANNE,J

BOBBITT

07/20/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.080Control Test 05:33

0.000Air Blank 05:33

# 1 0.122Subject Sample 05:35

1.296Breath Volume 05:35

0.000Air Blank 05:36

0.000Air Blank 05:37

# 2 0.128Subject Sample 05:40

1.859Breath Volume 05:40

0.000Air Blank 05:40

0.080Control Test 05:41

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 08/24/2023 11:17

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:0507/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:24

MIAMI BEACH PD

COSIC,ELVIS

12/07/2024

402290677

MIAMI BEACH PD

BROWN-
ROSQUETE,STEPHANNE,J

BUNICK

07/20/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

# 1 0.000Subject Sample 01:13

2.128Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.000Subject Sample 01:16

2.539Breath Volume 01:16

0.000Air Blank 01:17

0.078Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 08/24/2023 11:17

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:1807/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:04

MIAMI BEACH PD

SAVINON,RENDY

12/07/2024

402290677

MIAMI BEACH PD

TUCCI,JOSE,F

TOLON

07/20/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1 0.097Subject Sample 03:54

1.492Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:56

# 2 0.097Subject Sample 03:57

1.781Breath Volume 03:57

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 08/24/2023 11:17

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:1607/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:17

MIAMI BEACH PD

GOMEZ,KEVIN

12/07/2024

402290677

MIAMI BEACH PD

TUCCI,JOSE,F

CORTES

07/20/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:54

# 1 0.029Subject Sample 03:55

2.566Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.029Subject Sample 03:59

2.117Breath Volume 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 08/24/2023 11:17

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:0607/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:27

MIAMI BEACH PD

GARCIA,VICTORIA

12/07/2024

402290677

MIAMI BEACH PD

CREWS,CURTIS,L

TIPTON

07/20/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:35

# 1Subject Sample 05:35 Subject Test Refused

0.000Breath Volume 05:35

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 08/24/2023 11:17

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:4507/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

04:04

MIAMI BEACH PD

RODRIGUEZ,JASON

12/07/2024

402290677

NORTH BAY VILLAGE PD

CREWS,CURTIS,L

PEREZ MILIAN

07/20/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:27

0.000Air Blank 06:28

0.079Control Test 06:28

0.000Air Blank 06:29

# 1 0.100Subject Sample 06:29

1.371Breath Volume 06:29

0.000Air Blank 06:30

0.000Air Blank 06:32

# 2Subject Sample 06:33 RFI Detect

0.132Breath Volume 06:33

0.000Air Blank 06:34

0.080Control Test 06:35

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 08/24/2023 11:18

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:50:4507/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

04:04

MIAMI BEACH PD

RODRIGUEZ,JASON

12/07/2024

402290677

NORTH BAY VILLAGE PD

CREWS,CURTIS,L

PEREZ MILIAN

07/20/2023

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:37

0.000Air Blank 06:38

0.079Control Test 06:38

0.000Air Blank 06:39

# 1 0.090Subject Sample 06:42 Volume Not Met

0.203Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:44

# 2 0.097Subject Sample 06:45

1.253Breath Volume 06:45

0.000Air Blank 06:46

0.000Air Blank 06:48

# 3 0.100Subject Sample 06:49

1.378Breath Volume 06:49

0.000Air Blank 06:49

0.080Control Test 06:50

0.000Air Blank 06:50

OKDiagnostics Check 06:50

Data Download Date/Time: 08/24/2023 11:18

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3007/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:40

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

BUDOWSKI

06/30/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:31

# 1 0.101Subject Sample 02:32

1.625Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.091Subject Sample 02:36

1.308Breath Volume 02:36

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 07/11/2023 15:40

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:0807/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

06:43

FHP Troop C

FODEN,WILLIAM

06/05/2024

08622080A2

FHP Troop C

BRANDO,CHRISTOPHER,A

CULBERTSON

06/30/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

# 1 0.000Subject Sample 21:55

2.507Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.000Subject Sample 21:58

1.781Breath Volume 21:58

0.000Air Blank 21:59

0.078Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 07/11/2023 15:40

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3907/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:50

FHP Troop C

SNYDER,ROBERT

06/05/2024

08622080A2

FHP Troop C

SNYDER,ROBERT,E

DERMOTT

07/11/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:06

0.080Control Test 05:06

0.000Air Blank 05:07

# 1Subject Sample 05:10 Subject Test Refused

0.000Breath Volume 05:10

0.000Air Blank 05:10

0.080Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 08/28/2023 14:09

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2807/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:40

FHP Troop C

RODRIGUEZ,ALEXANDER

06/05/2024

08622080A2

FHP Troop C

RODRIGUEZ,ALEXANDER,M

POWELL

07/11/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.079Control Test 21:44

0.000Air Blank 21:44

# 1 0.139Subject Sample 21:47

2.144Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.137Subject Sample 21:51

2.867Breath Volume 21:51

0.000Air Blank 21:52

0.078Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 08/28/2023 14:09

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:0107/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:07

FHP Troop C

AZIZ,DAVID

06/05/2024

08622080A2

FHP Troop C

AZIZ,DAVID,

HUTTER

07/11/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:27

0.000Air Blank 18:28

0.081Control Test 18:28

0.000Air Blank 18:28

# 1Subject Sample 18:29 RFI Detect

0.000Breath Volume 18:29

0.000Air Blank 18:30

0.079Control Test 18:30

0.000Air Blank 18:30

OKDiagnostics Check 18:31

Data Download Date/Time: 08/28/2023 14:09

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:0607/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:07

FHP Troop C

AZIZ,DAVID

06/05/2024

08622080A2

FHP Troop C

AZIZ,DAVID,

HUTTER

07/11/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:33

0.081Control Test 18:33

0.000Air Blank 18:34

# 1 0.000Subject Sample 18:34

2.464Breath Volume 18:34

0.000Air Blank 18:35

0.000Air Blank 18:37

# 2 0.000Subject Sample 18:37

2.988Breath Volume 18:37

0.000Air Blank 18:38

0.080Control Test 18:38

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 08/28/2023 14:09

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:0607/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:20

FHP Troop C

AZIZ,DAVID

06/05/2024

08622080A2

FHP Troop C

AZIZ,DAVID,

ROMERO

07/11/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:36

# 1 0.131Subject Sample 21:40 Volume Not Met

1.089Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.134Subject Sample 21:43

1.324Breath Volume 21:43

0.000Air Blank 21:43

0.000Air Blank 21:45

# 3 0.142Subject Sample 21:46

1.519Breath Volume 21:46

0.000Air Blank 21:47

0.078Control Test 21:47

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 08/28/2023 14:09

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:51:4007/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:05

11:05

FHP Troop C

MCLAUGHLIN,WILLIAM

06/05/2024

08622080A2

FHP Troop C

MCLAUGHLIN,WILLIAM,

GONZALEZ GIRALDO

07/11/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:51

Air Blank 12:51 RFI Detect

Air Blank 12:51 RFI Detect

Data Download Date/Time: 08/28/2023 14:09

12 October 2023

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:3207/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:43

Franklin County SO

GORDON,ROLF

01/05/2025

33922080A1

Franklin County SO

GORDON,ROLF,E

PASCUAL

07/10/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:13

0.000Air Blank 18:13

0.082Control Test 18:13

0.000Air Blank 18:14

# 1 0.202Subject Sample 18:16

2.589Breath Volume 18:16

0.000Air Blank 18:17

0.000Air Blank 18:19

# 2 0.190Subject Sample 18:20

3.355Breath Volume 18:20

0.000Air Blank 18:20

0.079Control Test 18:20

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 08/29/2023 21:49

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:3207/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:46

Franklin County SO

JAMES,STEVE

01/05/2025

33922080A1

Franklin County SO

STANSBERRY,CHARLES,A

SCHELLING

07/10/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.082Control Test 23:32

0.000Air Blank 23:33

# 1 0.212Subject Sample 23:35

2.492Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.212Subject Sample 23:38

2.363Breath Volume 23:38

0.000Air Blank 23:38

0.081Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 08/29/2023 21:50

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:06:4307/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:13

FHP Troop A

MITCHELL,HARLES

01/20/2025

402328118

FHP Troop A

MITCHELL,CHARLES,L

COUNCIL

07/19/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:00

0.000Air Blank 15:01

0.081Control Test 15:01

0.000Air Blank 15:01

# 1 0.220Subject Sample 15:02

3.980Breath Volume 15:02

0.000Air Blank 15:02

0.000Air Blank 15:04

# 2 0.214Subject Sample 15:05

4.343Breath Volume 15:05

0.000Air Blank 15:05

0.079Control Test 15:06

0.000Air Blank 15:06

OKDiagnostics Check 15:06

Data Download Date/Time: 08/28/2023 14:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0207/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:49

Ft. Walton Beach PD

NELSON,JESSICA

12/05/2023

211122

Ft. Walton Beach PD

NELSON,JESSICA,R

MALLETTE

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:59

# 1Subject Sample 22:59 Subject Test Refused

0.000Breath Volume 22:59

0.000Air Blank 23:00

0.081Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:01

Data Download Date/Time: 07/31/2023 13:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:0807/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:03

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

SCALES JR

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

# 1 0.086Subject Sample 03:50

1.296Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.088Subject Sample 03:53

1.921Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 07/31/2023 13:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3707/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:44

Ft. Walton Beach PD

SAILOR,TRAVIS

12/05/2023

211122

Ft. Walton Beach PD

WILLIAMS,TYLER,J

ROBINSON

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.081Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:49

0.080Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 07/31/2023 13:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:5107/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:33

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

STABLER

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.081Control Test 21:15

0.000Air Blank 21:16

# 1Subject Sample 21:16 Subject Test Refused

0.000Breath Volume 21:16

0.000Air Blank 21:16

0.081Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 07/31/2023 13:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:0007/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:26

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

RODRIGUEZ III

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.081Control Test 05:26

0.000Air Blank 05:27

# 1Subject Sample 05:27 Subject Test Refused

0.000Breath Volume 05:27

0.000Air Blank 05:28

0.081Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:29

Data Download Date/Time: 07/31/2023 13:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:0407/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:02

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

BASHORE

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.081Control Test 23:01

0.000Air Blank 23:01

# 1Subject Sample 23:01 Subject Test Refused

0.000Breath Volume 23:01

0.000Air Blank 23:02

0.081Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:03

Data Download Date/Time: 07/31/2023 13:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0707/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

00:50

Ft. Walton Beach PD

DOWNING,CADEN

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

ROZIER

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.081Control Test 03:05

0.000Air Blank 03:05

# 1Subject Sample 03:05 Subject Test Refused

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:2807/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:44

Ft. Walton Beach PD

TWIDDY,LINDSEY

12/05/2023

211122

Ft. Walton Beach PD

TWIDDY,LINDSEY,R

USRY

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

# 1 0.198Subject Sample 02:25

2.976Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.191Subject Sample 02:28

1.996Breath Volume 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:1707/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:24

18:02

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

POWELL

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:48

0.000Air Blank 18:48

0.080Control Test 18:49

0.000Air Blank 18:49

# 1 0.000Subject Sample 18:49

1.328Breath Volume 18:49

0.000Air Blank 18:50

0.000Air Blank 18:52

# 2 0.000Subject Sample 18:52

2.183Breath Volume 18:52

0.000Air Blank 18:53

0.081Control Test 18:53

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:0407/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

03:47

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

ASHER

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.080Control Test 05:04

0.000Air Blank 05:05

# 1 0.137Subject Sample 05:06

2.101Breath Volume 05:06

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.142Subject Sample 05:09

1.488Breath Volume 05:09

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:11

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:5507/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:12

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

MORRIS

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:05

0.081Control Test 22:05

0.000Air Blank 22:05

# 1 0.142Subject Sample 22:06

3.578Breath Volume 22:06

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.148Subject Sample 22:09

2.671Breath Volume 22:09

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1707/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:03

Ft. Walton Beach PD

NELSON,JESSICA

12/05/2023

211122

Ft. Walton Beach PD

NELSON,JESSICA,R

ZUNIGA BEAM

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.081Control Test 02:41

0.000Air Blank 02:41

# 1Subject Sample 02:41 Subject Test Refused

0.000Breath Volume 02:41

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5607/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:23

Ft. Walton Beach PD

DOWNING,CADEN

12/05/2023

211122

Ft. Walton Beach PD

SANTIAGO,EDGARDO,

MALONE

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:47

# 1Subject Sample 00:47 Subject Test Refused

0.000Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1907/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:21

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

MOLDOVEAN

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.082Control Test 03:06

0.000Air Blank 03:07

# 1 0.058Subject Sample 03:07

2.492Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.058Subject Sample 03:10

1.261Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2507/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:29

Ft. Walton Beach PD

TWIDDY,LINDSEY

12/05/2023

211122

Ft. Walton Beach PD

TWIDDY,LINDSEY,R

OSTERHOUST

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.081Control Test 01:23

0.000Air Blank 01:23

# 1 0.000Subject Sample 01:24

1.703Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.000Subject Sample 01:27

1.628Breath Volume 01:27

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0507/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:37

Ft. Walton Beach PD

HANSFORD,CARLDERIUS

12/05/2023

211122

Ft. Walton Beach PD

HANSFORD,CARLDERIUS,K

CLARKE

06/30/2023

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.081Control Test 04:21

0.000Air Blank 04:21

# 1Subject Sample 04:21 Subject Test Refused

0.000Breath Volume 04:21

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 07/31/2023 13:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:0407/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:50

Okaloosa County SO

BEHRENS,JACOB

11/18/2024

O325341-4

Okaloosa County SO

GEOGHAGAN,ANDREW,C

MCGRIFF

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

# 1 0.145Subject Sample 03:58

1.230Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.143Subject Sample 04:03

1.585Breath Volume 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:05

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:2707/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:13

Okaloosa County SO

ESCRIBANO,DAVID

11/18/2024

O325341-4

Okaloosa County SO

GEOGHAGAN,ANDREW,C

PRAY

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:49

# 1 0.171Subject Sample 04:49

1.703Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.175Subject Sample 04:52

3.277Breath Volume 04:52

0.000Air Blank 04:53

0.080Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:4707/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:20

Okaloosa County SO

FREDERICK,TAVISH

11/18/2024

O325341-4

Okaloosa County SO

FREDERICK,TAVISH,M

GANZARZ

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.081Control Test 22:06

0.000Air Blank 22:07

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2207/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

00:43

Okaloosa County SO

HAINES,BENJAMIN

11/18/2024

O325341-4

Okaloosa County SO

HAINES,BENJAMIN,A

GONZALEZ

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:04

# 1Subject Sample 02:07 No Sample Provided

0.000Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:0207/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:28

Okaloosa County SO

SEWART,WILLIAM

11/18/2024

O325341-4

Okaloosa County SO

SEWART,WILLIAM,R

DOUGLAS

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:23

# 1 0.137Subject Sample 04:24

1.546Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:26

# 2 0.141Subject Sample 04:27

2.019Breath Volume 04:27

0.000Air Blank 04:28

0.081Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:29

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:4907/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:54

Okaloosa County SO

FREDERICK,TAVISH

11/18/2024

O325341-4

Okaloosa County SO

FREDERICK,TAVISH,M

DOBBS

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:59

# 1 0.133Subject Sample 20:00

2.273Breath Volume 20:00

0.000Air Blank 20:01

0.000Air Blank 20:02

# 2 0.141Subject Sample 20:03

2.144Breath Volume 20:03

0.000Air Blank 20:03

0.080Control Test 20:04

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:55:3607/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

05:07

Okaloosa County SO

HAINES,BENJAMIN

11/18/2024

O325341-4

Okaloosa County SO

HAINES,BENJAMIN,A

CABRERA RODRIGUEZ

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:43

0.000Air Blank 06:44

0.080Control Test 06:44

0.000Air Blank 06:44

# 1 0.142Subject Sample 06:45

1.488Breath Volume 06:45

0.000Air Blank 06:45

0.000Air Blank 06:47

# 2 0.126Subject Sample 06:50 Volume Not Met

0.117Breath Volume 06:50

0.000Air Blank 06:51

0.000Air Blank 06:53

# 3 0.136Subject Sample 06:54

2.570Breath Volume 06:54

0.000Air Blank 06:54

0.079Control Test 06:55

0.000Air Blank 06:55

OKDiagnostics Check 06:55

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:2107/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

20:40

Okaloosa County SO

VALENTINE,RONALD

11/18/2024

O325341-4

FHP Troop A

NASH,DAVID,A

AULT

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

Air Blank 21:58 RFI Detect

Air Blank 21:58 RFI Detect

Data Download Date/Time: 07/14/2023 12:23

12 October 2023

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:4807/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

20:40

Okaloosa County SO

VALENTINE,RONALD

11/18/2024

O325341-4

FHP Troop A

NASH,DAVID,A

AULT

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.081Control Test 22:04

0.000Air Blank 22:05

# 1Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:05

0.081Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:25:0807/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:59

04:45

Okaloosa County SO

REGISTER,JASON

11/18/2024

O325341-4

Okaloosa County SO

VASQUEZ,GEORGE,D

FLORA

06/04/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:19

0.000Air Blank 07:19

0.081Control Test 07:19

0.000Air Blank 07:20

# 1 0.172Subject Sample 07:20

2.203Breath Volume 07:20

0.000Air Blank 07:21

0.000Air Blank 07:23

# 2 0.169Subject Sample 07:23

3.199Breath Volume 07:23

0.000Air Blank 07:24

0.081Control Test 07:24

0.000Air Blank 07:25

OKDiagnostics Check 07:25

Data Download Date/Time: 07/14/2023 12:23

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:04:1207/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:36

16:36

Okaloosa County SO

HENNIS,TIMOTHY

11/18/2024

O325341-4

Okaloosa County SO

HENNIS,TIMOTHY,N

JEANISE

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:57

0.000Air Blank 17:58

0.080Control Test 17:58

0.000Air Blank 17:58

# 1 0.174Subject Sample 17:59

2.671Breath Volume 17:59

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.170Subject Sample 18:02

2.351Breath Volume 18:02

0.000Air Blank 18:03

0.080Control Test 18:03

0.000Air Blank 18:04

OKDiagnostics Check 18:04

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:1007/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:52

Okaloosa County SO

BEHRENS,JACOB

11/18/2024

O325341-4

Okaloosa County SO

GEOGHAGAN,ANDREW,C

MOORER

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.081Control Test 01:01

0.000Air Blank 01:02

# 1Subject Sample 01:05 No Sample Provided

0.000Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:4207/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:20

Okaloosa County SO

JACKSON,WALTER

11/18/2024

O325341-4

Okaloosa County SO

JACKSON,WALTER,F

FULLER

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:43

0.080Control Test 18:43

0.000Air Blank 18:43

# 1Subject Sample 18:47 No Sample Provided

0.000Breath Volume 18:47

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2Subject Sample 18:51 Subject Test Refused

0.000Breath Volume 18:51

0.000Air Blank 18:51

0.081Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0907/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:46

Okaloosa County SO

WHALEY,MICHAEL

11/18/2024

O325341-4

Okaloosa County SO

WHALEY,MICHAEL,E

MERRIFIELD

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.081Control Test 01:48

0.000Air Blank 01:48

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:49

0.081Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:2707/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:20

Okaloosa County SO

LOONEY,KEVIN

11/18/2024

O325341-4

Okaloosa County SO

LOONEY,KEVIN,J

MARTINEZ

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.081Control Test 04:54

Air Blank 04:54 RFI Detect

0.000Air Blank 04:55

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:5607/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:20

Okaloosa County SO

LOONEY,KEVIN

11/18/2024

O325341-4

Okaloosa County SO

LOONEY,KEVIN,J

MARTINEZ

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

Air Blank 04:57 RFI Detect

0.000Air Blank 04:57

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:1007/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:20

Okaloosa County SO

LOONEY,KEVIN

11/18/2024

O325341-4

Okaloosa County SO

LOONEY,KEVIN,J

MARTINEZ

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.080Control Test 05:01

0.000Air Blank 05:01

# 1 0.067Subject Sample 05:04 Volume Not Met

0.015Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.064Subject Sample 05:08

1.566Breath Volume 05:08

0.000Air Blank 05:08

0.000Air Blank 05:10

# 3 0.067Subject Sample 05:11

1.859Breath Volume 05:11

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:27:5007/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:01

18:12

Okaloosa County SO

SELF,MATTHEW

11/18/2024

O325341-4

Okaloosa County SO

FITCHETT,ADAM,R

AYMOND

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.080Control Test 19:22

0.000Air Blank 19:22

# 1 0.138Subject Sample 19:23

1.179Breath Volume 19:23

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2 0.133Subject Sample 19:26

1.742Breath Volume 19:26

0.000Air Blank 19:26

0.081Control Test 19:27

0.000Air Blank 19:27

OKDiagnostics Check 19:27

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:0607/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:00

16:07

FFWCC (Panama City)

PRITCHARD,ASHLEY

11/18/2024

O325341-4

FFWCC (Panama City)

PRITCHARD,THOMAS,D

ALONSO

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:20

0.000Air Blank 17:20

0.081Control Test 17:21

0.000Air Blank 17:21

# 1Subject Sample 17:21 Subject Test Refused

0.000Breath Volume 17:21

0.000Air Blank 17:22

0.081Control Test 17:22

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:1007/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:02

18:00

Okaloosa County SO

BIDWELL,PATRICK

11/18/2024

O325341-4

Okaloosa County SO

GEOGHAGAN,ANDREW,C

PRIDMORE

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:22

0.000Air Blank 19:23

0.081Control Test 19:23

0.000Air Blank 19:23

# 1Subject Sample 19:26 No Sample Provided

0.000Breath Volume 19:26

0.000Air Blank 19:27

0.000Air Blank 19:29

# 2 0.170Subject Sample 19:32 Volume Not Met

0.277Breath Volume 19:32

0.000Air Blank 19:33

0.081Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:5507/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:29

Okaloosa County SO

JENNINGS,ANTHONY

11/18/2024

O325341-4

Okaloosa County SO

GEOGHAGAN,ANDREW,C

BROWN

07/14/2023

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.080Control Test 20:39

0.000Air Blank 20:39

# 1Subject Sample 20:42 No Sample Provided

0.000Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2Subject Sample 20:47 Subject Test Refused

0.000Breath Volume 20:47

0.000Air Blank 20:48

0.081Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 08/23/2023 16:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:1907/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:24

18:12

Crestview PD

LEWIS,CHRISTOPHER

11/04/2025

402590345

Crestview PD

LEWIS,CHRISTOPHER,L

RUSSELL

07/01/2023

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:45

0.083Control Test 18:46

0.000Air Blank 18:46

# 1Subject Sample 18:46 Subject Test Refused

0.000Breath Volume 18:46

0.000Air Blank 18:47

0.084Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 08/07/2023 18:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:3407/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:36

Crestview PD

HAMILTON,JOSHUA

11/04/2025

402590345

Crestview PD

HAMILTON,JOSHUA,A

NAUCK

07/01/2023

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.083Control Test 23:02

0.000Air Blank 23:02

# 1 0.125Subject Sample 23:03

2.703Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.132Subject Sample 23:08

2.800Breath Volume 23:08

0.000Air Blank 23:08

0.082Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 08/07/2023 18:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4407/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

21:16

Crestview PD

MINNIFIELD,SAM

11/04/2025

402590345

Crestview PD

HAMILTON,JOSHUA,A

BEITLER

07/01/2023

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.082Control Test 21:49

0.000Air Blank 21:50

# 1 0.172Subject Sample 21:51

4.507Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.157Subject Sample 21:54

3.992Breath Volume 21:54

0.000Air Blank 21:54

0.083Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 08/07/2023 18:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:4907/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:44

Sarasota County SO

BRENCKLE,DEP

08/05/2024

15922080A4

Sarasota County SO

BRENCKLE,DEP,T

OTIS

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:06

# 1 0.000Subject Sample 22:06

2.738Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.000Subject Sample 22:09

2.503Breath Volume 22:09

0.000Air Blank 22:09

0.078Control Test 22:10

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 07/27/2023 10:18

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:5507/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:32

Hillsborough Co SO

GARNER,W

12/05/2024

29122080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

LLOYD

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.081Control Test 01:23

0.000Air Blank 01:23

# 1 0.140Subject Sample 01:24

1.828Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.149Subject Sample 01:27

2.703Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 07/05/2023 10:00

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:5507/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:31

Hillsborough Co SO

FLINT,J

12/05/2024

29122080A1

Hillsborough Co SO

MASON,FRANCESCA,M

PRYTYKA

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

# 1 0.194Subject Sample 03:57

2.210Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.195Subject Sample 04:00

2.230Breath Volume 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 07/05/2023 10:00

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0807/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:59

Hillsborough Co SO

GUERRERO,D

12/05/2024

29122080A1

Hillsborough Co SO

MASON,FRANCESCA,M

NORDET VALERINO

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.081Control Test 00:52

0.000Air Blank 00:53

# 1 0.000Subject Sample 00:56 Volume Not Met

0.304Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.000Subject Sample 01:01 Volume Not Met

0.328Breath Volume 01:01

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 07/05/2023 10:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2007/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:59

Hillsborough Co SO

GUERRERO,D

12/05/2024

29122080A1

Hillsborough Co SO

MASON,FRANCESCA,M

NORDET VALERINO

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.082Control Test 01:08

0.000Air Blank 01:09

# 1 0.008Subject Sample 01:11

1.789Breath Volume 01:11

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.000Subject Sample 01:15

1.312Breath Volume 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 07/05/2023 10:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:4107/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:36

Hillsborough Co SO

PORTER,S

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

CAPITANO

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.081Control Test 01:28

0.000Air Blank 01:28

# 1 0.241Subject Sample 01:29

2.105Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.249Subject Sample 01:32

2.007Breath Volume 01:32

0.000Air Blank 01:32

0.081Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 07/05/2023 10:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:3607/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

01:00

Hillsborough Co SO

OROZCO,A

12/05/2024

29122080A1

Macdill Air Force Ba

MASON,FRANCESCA,M

CHAPMAN

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.081Control Test 03:45

0.000Air Blank 03:46

# 1 0.194Subject Sample 03:47

1.238Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.198Subject Sample 03:51

1.484Breath Volume 03:51

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 07/05/2023 10:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:1007/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:48

Hillsborough Co SO

TRUJILLO,M

12/05/2024

29122080A1

Hillsborough Co SO

MASON,FRANCESCA,M

PABLO ANTONIO

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

# 1 0.217Subject Sample 05:02

1.820Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:04

# 2 0.227Subject Sample 05:05

2.054Breath Volume 05:05

0.000Air Blank 05:06

0.080Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 07/05/2023 10:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2507/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:24

Hillsborough Co SO

HERNANDEZ,S

12/05/2024

29122080A1

Hillsborough Co SO

MASON,FRANCESCA,M

TIUL BEB

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1 0.142Subject Sample 03:25

1.101Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.141Subject Sample 03:27

1.300Breath Volume 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 07/05/2023 10:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2307/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:01

Tampa PD

RODRIGUEZ,L

12/05/2024

29122080A1

Tampa PD

PIERCEY,JANICE,F

BROOKS

06/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.081Control Test 00:45

0.000Air Blank 00:46

# 1 0.124Subject Sample 00:49 Volume Not Met

0.105Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.136Subject Sample 00:53

1.347Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 3 0.136Subject Sample 00:57

1.671Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 07/05/2023 10:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:14:4107/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:46

13:10

Hillsborough Co SO

BUSWELL,M

12/05/2024

29122080A1

Hillsborough Co SO

KNOX,STEPHANIE,R

POTTER

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:07

0.000Air Blank 14:07

0.080Control Test 14:07

0.000Air Blank 14:08

# 1 0.000Subject Sample 14:09

1.445Breath Volume 14:09

0.000Air Blank 14:10

0.000Air Blank 14:12

# 2 0.000Subject Sample 14:13

1.140Breath Volume 14:13

0.000Air Blank 14:13

0.080Control Test 14:14

0.000Air Blank 14:14

OKDiagnostics Check 14:14

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2307/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:01

Hillsborough Co SO

WILSON,N

12/05/2024

29122080A1

Tampa PD

YUMAN ROMERO,ANGIE,A

SILLIMAN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.081Control Test 22:48

0.000Air Blank 22:49

# 1 0.110Subject Sample 22:49

1.589Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.111Subject Sample 22:52

1.570Breath Volume 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:0907/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:21

Hillsborough Co SO

LEISCH,B

12/05/2024

29122080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SOSTRE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:31

# 1 0.123Subject Sample 00:32

1.148Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.136Subject Sample 00:35

1.667Breath Volume 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:0807/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

03:45

Hillsborough Co SO

GARNER,WILLIAM

12/05/2024

29122080A1

Hillsborough Co SO

GARNER,WILLIAM,P

NEWTON

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.081Control Test 04:43

0.000Air Blank 04:44

# 1 0.125Subject Sample 04:45

1.972Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:47

# 2 0.117Subject Sample 04:48

1.750Breath Volume 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2207/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:23

Hillsborough Co SO

LANDRY,G

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

TERRY

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1 0.125Subject Sample 03:10

1.949Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.122Subject Sample 03:13

1.855Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2807/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:05

Hillsborough Co SO

BADEN,T

12/05/2024

29122080A1

Tampa PD

KROME,BRITTNEY,M

VELASQUEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

# 1 0.097Subject Sample 03:50

1.304Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.092Subject Sample 03:52

1.207Breath Volume 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:2907/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:53

Hillsborough Co SO

BAILEY,D

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

FLEMING

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.081Control Test 04:41

0.000Air Blank 04:42

# 1 0.119Subject Sample 04:42

1.964Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.115Subject Sample 04:45

2.066Breath Volume 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:3507/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:14

Hillsborough Co SO

BURKE,B

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

HERNANDEZ LOPEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.081Control Test 22:09

0.000Air Blank 22:10

# 1 0.239Subject Sample 22:11

1.742Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.250Subject Sample 22:14

2.203Breath Volume 22:14

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:1907/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:22

Hillsborough Co SO

LIGGENS,A

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

HERNANDEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.081Control Test 00:12

0.000Air Blank 00:12

# 1Subject Sample 00:13 Subject Test Refused

0.000Breath Volume 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2407/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:09

Hillsborough Co SO

BAILEY,D

12/05/2024

29122080A1

Tampa PD

MASON,FRANCESCA,M

MASON

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:01

# 1 0.114Subject Sample 03:04

2.011Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.105Subject Sample 03:08

2.023Breath Volume 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0707/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:28

Hillsborough Co SO

CHOI,H

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

WELCH

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.081Control Test 04:07

0.000Air Blank 04:07

# 1 0.113Subject Sample 04:10

1.273Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.111Subject Sample 04:13

1.222Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:5407/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:32

16:37

Hillsborough Co SO

WILLIAMSON,ANDREW

12/05/2024

29122080A1

Hillsborough Co SO

SIMMONS,ANGELA,V

PEREZ DE L

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.081Control Test 17:54

0.000Air Blank 17:55

# 1Subject Sample 17:58 No Sample Provided

0.000Breath Volume 17:58

0.000Air Blank 17:59

0.000Air Blank 18:01

# 2Subject Sample 18:01 Subject Test Refused

0.000Breath Volume 18:01

0.000Air Blank 18:01

0.081Control Test 18:02

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 08/01/2023 10:04

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:0707/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:57

Hillsborough Co SO

RENDON,D

12/05/2024

29122080A1

Hillsborough Co SO

GANT,TIFFANY,

BERNAL PITA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:47

# 1 0.223Subject Sample 00:50

3.011Breath Volume 00:50

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.225Subject Sample 00:53

2.210Breath Volume 00:53

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1307/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:06

Hillsborough Co SO

JENKINS,A

12/05/2024

29122080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BASS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.000Subject Sample 01:22

1.664Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.000Subject Sample 01:25

2.710Breath Volume 01:25

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2507/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:30

Tampa PD

BADEN,T

12/05/2024

29122080A1

Tampa PD

PIERCEY,JANICE,F

MCCORKLE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

# 1 0.152Subject Sample 02:07

2.464Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.145Subject Sample 02:10

2.109Breath Volume 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:3507/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:19

Hillsborough Co SO

VULICH,C

12/05/2024

29122080A1

Macdill Air Force Ba

YUMAN ROMERO,ANGIE,A

KNIGHT

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.081Control Test 01:24

0.000Air Blank 01:24

# 1 0.213Subject Sample 01:25

1.246Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.217Subject Sample 01:29

1.828Breath Volume 01:29

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:5607/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:06

Hillsborough Co SO

RENDON,D

12/05/2024

29122080A1

Hillsborough Co SO

GANT,TIFFANY,

USECHE QUINONEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.081Control Test 03:57

0.000Air Blank 03:57

# 1 0.197Subject Sample 03:58

1.960Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2 0.191Subject Sample 04:01

1.546Breath Volume 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:4107/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:55

Tampa PD

VAN-TREESE,S

12/05/2024

29122080A1

Tampa PD

PIERCEY,JANICE,F

BOLIVAR

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.081Control Test 00:45

0.000Air Blank 00:46

# 1 0.114Subject Sample 00:48

1.386Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.101Subject Sample 00:51

1.273Breath Volume 00:51

0.000Air Blank 00:51

0.080Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:1607/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:18

Hillsborough Co SO

KISS,L

12/05/2024

29122080A1

Hillsborough Co SO

GANT,TIFFANY,

CIPRIAN SALCEDO

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.081Control Test 03:56

0.000Air Blank 03:57

# 1 0.105Subject Sample 04:00 Volume Not Met

0.167Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:02

# 2 0.122Subject Sample 04:03

2.503Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:05

# 3 0.118Subject Sample 04:06

1.925Breath Volume 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2507/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:43

Hillsborough Co SO

KISS,L

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

VERA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

# 1 0.179Subject Sample 02:29

2.414Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.169Subject Sample 02:31

1.660Breath Volume 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:5707/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:47

Hillsborough Co SO

BLANCHARD,J

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

NGUYEN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.081Control Test 03:48

0.000Air Blank 03:48

# 1 0.194Subject Sample 03:51

1.175Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:53

# 2 0.183Subject Sample 03:57 Volume Not Met

1.070Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 3 0.198Subject Sample 04:02

1.539Breath Volume 04:02

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:5807/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:47

Hillsborough Co SO

TOWNE,J

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

MENDEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

# 1 0.121Subject Sample 01:34

1.585Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.110Subject Sample 01:39 Volume Not Met

0.519Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 3 0.122Subject Sample 01:43

1.417Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2007/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:46

Hillsborough Co SO

HERNANDEZ,S

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

POTTER

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

# 1 0.000Subject Sample 03:51 Volume Not Met

0.597Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.000Subject Sample 03:56 Volume Not Met

0.617Breath Volume 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:1007/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:43

Hillsborough Co SO

HERNANDEZ,S

12/05/2024

29122080A1

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

KELLEY

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.081Control Test 21:48

0.000Air Blank 21:48

# 1 0.272Subject Sample 21:49

2.312Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.276Subject Sample 21:52

1.957Breath Volume 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:4407/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:10

Hillsborough Co SO

RENDON,D

12/05/2024

29122080A1

Hillsborough Co SO

PIERCEY,JANICE,F

CASTILLO

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

# 1 0.226Subject Sample 02:12

1.789Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.220Subject Sample 02:15

1.910Breath Volume 02:15

0.000Air Blank 02:15

0.080Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:2107/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:00

Hillsborough Co SO

BADEN,T

12/05/2024

29122080A1

Tampa PD

MONTGOMERY,ALECIA,L

URDANETA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.081Control Test 03:53

0.000Air Blank 03:53

# 1 0.133Subject Sample 03:54

1.753Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.131Subject Sample 03:57

2.863Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:5507/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:23

Hillsborough Co SO

TRUJILLO,M

12/05/2024

29122080A1

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

ALARCON CANTORAN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:20

0.081Control Test 21:20

0.000Air Blank 21:21

# 1 0.135Subject Sample 21:22

1.683Breath Volume 21:22

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.127Subject Sample 21:25

1.394Breath Volume 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:4407/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:28

Hillsborough Co SO

RENDON,D

12/05/2024

29122080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GANDY

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.081Control Test 22:28

0.000Air Blank 22:29

# 1 0.171Subject Sample 22:30

2.554Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.170Subject Sample 22:33

1.957Breath Volume 22:33

0.000Air Blank 22:33

0.080Control Test 22:34

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5607/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:49

Hillsborough Co SO

PORTER,S

12/05/2024

29122080A1

Hillsborough Co SO

PIERCEY,JANICE,F

MORSE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

# 1 0.192Subject Sample 01:01

1.230Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.189Subject Sample 01:04

1.398Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0707/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:00

Hillsborough Co SO

KISS,L

12/05/2024

29122080A1

Hillsborough Co SO

PIERCEY,JANICE,F

BORGER

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.081Control Test 02:02

0.000Air Blank 02:03

# 1 0.109Subject Sample 02:04

2.308Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.116Subject Sample 02:07

2.597Breath Volume 02:07

0.000Air Blank 02:08

0.082Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:0907/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:36

Hillsborough Co SO

DIBIASE,J

12/05/2024

29122080A1

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

DUNN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:36 No Sample Provided

0.000Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.000Subject Sample 02:40

1.812Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 3 0.000Subject Sample 02:43

1.429Breath Volume 02:43

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:2907/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:58

Hillsborough Co SO

FLINT,J

12/05/2024

29122080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SIMONSON

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.081Control Test 04:03

0.000Air Blank 04:03

# 1 0.126Subject Sample 04:04

2.417Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.121Subject Sample 04:07

2.007Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:1507/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:46

Hillsborough Co SO

WILLIAMS,P

12/05/2024

29122080A1

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

ZERPA DUGARTE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:46

0.081Control Test 05:46

0.000Air Blank 05:47

# 1 0.127Subject Sample 05:47

2.414Breath Volume 05:47

0.000Air Blank 05:48

0.000Air Blank 05:50

# 2 0.127Subject Sample 05:50

2.031Breath Volume 05:50

0.000Air Blank 05:51

0.080Control Test 05:51

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 08/01/2023 10:05

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:4107/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:16

Hillsborough Co SO

ALFORD,D

12/05/2024

29122080A1

FHP Troop C

JONES,MINDY,L

RODRIGUEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:18

0.081Control Test 20:19

0.000Air Blank 20:19

# 1 0.177Subject Sample 20:22 Volume Not Met

0.605Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2Subject Sample 20:25 Subject Test Refused

0.000Breath Volume 20:25

0.000Air Blank 20:25

0.079Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:4907/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:58

Hillsborough Co SO

PIERRE,C

12/05/2024

29122080A1

Plant City PD

KROME,BRITTNEY,M

ESPANA TUBAC

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.081Control Test 23:41

0.000Air Blank 23:42

# 1 0.259Subject Sample 23:43

1.519Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.253Subject Sample 23:47

1.277Breath Volume 23:47

0.000Air Blank 23:47

0.080Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:0507/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:37

Hillsborough Co SO

TRUJILLO,M

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

HUNTER

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.081Control Test 00:43

0.000Air Blank 00:43

# 1 0.214Subject Sample 00:44

2.179Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.179Subject Sample 00:49

1.296Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 3 0.207Subject Sample 00:52

1.378Breath Volume 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3607/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:00

Hillsborough Co SO

BAILEY,D

12/05/2024

29122080A1

Tampa PD

KROME,BRITTNEY,M

MUSAERENGE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:38

# 1 0.075Subject Sample 02:39

3.082Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.076Subject Sample 02:43

2.855Breath Volume 02:43

0.000Air Blank 02:43

0.081Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:2007/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:54

Hillsborough Co SO

SNAGGS,S

12/05/2024

29122080A1

Tampa PD

KROME,BRITTNEY,M

CHRISTIAN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

# 1 0.105Subject Sample 02:58

1.507Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.109Subject Sample 03:01

1.734Breath Volume 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1707/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:23

Hillsborough Co SO

WILSON,N

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

HENDERSON

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:35

# 1 0.105Subject Sample 03:36

1.261Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.108Subject Sample 03:39

2.101Breath Volume 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:1407/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:07

Hillsborough Co SO

TRUJILLO,M

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

MENDEZ MENDEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:57

# 1 0.241Subject Sample 03:58

1.683Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.256Subject Sample 04:01

1.191Breath Volume 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:3207/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

04:36

Hillsborough Co SO

GARNER,W

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

CHAMBLISS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:25

# 1 0.186Subject Sample 05:26

1.410Breath Volume 05:26

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.192Subject Sample 05:29

1.453Breath Volume 05:29

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:12:1607/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:48

06:15

Hillsborough Co SO

LEISCH,B

12/05/2024

29122080A1

Hillsborough Co SO

DAIL,JULIE,A

MORALES

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:08

0.000Air Blank 07:09

0.081Control Test 07:09

0.000Air Blank 07:10

# 1Subject Sample 07:10 Subject Test Refused

0.000Breath Volume 07:10

0.000Air Blank 07:11

0.080Control Test 07:11

0.000Air Blank 07:12

OKDiagnostics Check 07:12

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:35:1907/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:28

Hillsborough Co SO

HARDESTY,N

12/05/2024

29122080A1

Tampa PD

DAIL,JULIE,A

BUSTILLO SOLIS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:28

0.000Air Blank 17:29

0.081Control Test 17:29

0.000Air Blank 17:29

# 1 0.174Subject Sample 17:30

2.382Breath Volume 17:30

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.173Subject Sample 17:33

1.730Breath Volume 17:33

0.000Air Blank 17:34

0.080Control Test 17:34

0.000Air Blank 17:35

OKDiagnostics Check 17:35

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:1707/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

20:23

Hillsborough Co SO

BADEN,T

12/05/2024

29122080A1

Tampa PD

KROME,BRITTNEY,M

GARCIA VANBUREN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.081Control Test 21:10

0.000Air Blank 21:10

# 1 0.035Subject Sample 21:11

1.960Breath Volume 21:11

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.031Subject Sample 21:13

1.218Breath Volume 21:13

0.000Air Blank 21:14

0.081Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:1807/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:39

Hillsborough Co SO

DIBIASE,J

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

VALDES ALBARINO

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.081Control Test 21:29

0.000Air Blank 21:29

# 1 0.193Subject Sample 21:30

1.910Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.205Subject Sample 21:33

1.785Breath Volume 21:33

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:0207/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:28

Hillsborough Co SO

BADEN,T

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

BURKHART

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:15

# 1 0.119Subject Sample 23:16

1.812Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:18

# 2 0.116Subject Sample 23:19

2.808Breath Volume 23:19

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:21

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:4907/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:34

Hillsborough Co SO

LANDRY,G

12/05/2024

29122080A1

Tampa PD

KROME,BRITTNEY,M

PARNELL

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

# 1 0.137Subject Sample 02:39

1.351Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:41

# 2 0.129Subject Sample 02:42

1.164Breath Volume 02:42

0.000Air Blank 02:42

0.081Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:1107/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:12

Hillsborough Co SO

WILSON,N

12/05/2024

29122080A1

Tampa PD

KROME,BRITTNEY,M

SANDERFORD

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

# 1 0.135Subject Sample 03:55

1.425Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.137Subject Sample 03:58

1.714Breath Volume 03:58

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:5707/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:37

Hillsborough Co SO

LIGGINS,A

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

TRAVIESO RAMOS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:30

# 1 0.210Subject Sample 22:33 Volume Not Met

0.113Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2Subject Sample 22:38 Subject Test Refused

0.000Breath Volume 22:38

0.000Air Blank 22:39

0.080Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:3507/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:03

Hillsborough Co SO

GIRALDO,F

12/05/2024

29122080A1

U of So FL Campus PD

KROME,BRITTNEY,M

ZIELINSKI

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.081Control Test 05:02

0.000Air Blank 05:02

# 1 0.000Subject Sample 05:03

2.429Breath Volume 05:03

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.000Subject Sample 05:06

1.972Breath Volume 05:06

0.000Air Blank 05:06

0.081Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3407/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

03:40

Hillsborough Co SO

CLARK,I

12/05/2024

29122080A1

Hillsborough Co SO

PIERCEY,JANICE,F

MARTINEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.081Control Test 05:04

0.000Air Blank 05:05

# 1 0.141Subject Sample 05:07

3.359Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.140Subject Sample 05:10

3.167Breath Volume 05:10

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:3407/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:29

Hillsborough Co SO

VAN-TREESE,S

12/05/2024

29122080A1

Tampa PD

MONTGOMERY,ALECIA,L

SCOTT

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:24

# 1 0.036Subject Sample 22:26

1.218Breath Volume 22:26

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.036Subject Sample 22:29

1.308Breath Volume 22:29

0.000Air Blank 22:29

0.082Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5907/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:17

Hillsborough Co SO

CUTINO,E

12/05/2024

29122080A1

FHP Troop C

YUMAN ROMERO,ANGIE,A

NOA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.081Control Test 01:17

0.000Air Blank 01:18

# 1 0.156Subject Sample 01:19

1.636Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.165Subject Sample 01:23

2.332Breath Volume 01:23

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:02:2407/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:35

09:38

Hillsborough Co SO

CHU,A

12/05/2024

29122080A1

FHP Troop C

DAIL,JULIE,A

MAGUIRE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:55

0.000Air Blank 10:56

0.081Control Test 10:56

0.000Air Blank 10:57

# 1 0.198Subject Sample 10:57

1.746Breath Volume 10:57

0.000Air Blank 10:58

0.000Air Blank 11:00

# 2 0.189Subject Sample 11:00

1.675Breath Volume 11:00

0.000Air Blank 11:01

0.081Control Test 11:01

0.000Air Blank 11:02

OKDiagnostics Check 11:02

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:2807/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:57

Hillsborough Co SO

LEISCH,B

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

SANTIAGO BAUTISTA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:43

0.081Control Test 19:43

0.000Air Blank 19:44

# 1 0.302Subject Sample 19:44

2.562Breath Volume 19:44

0.000Air Blank 19:45

0.000Air Blank 19:47

# 2 0.309Subject Sample 19:47

2.093Breath Volume 19:47

0.000Air Blank 19:48

0.080Control Test 19:48

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:0507/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:17

Hillsborough Co SO

FLINT,J

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

SADLER

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.081Control Test 00:21

0.000Air Blank 00:21

# 1 0.215Subject Sample 00:22

2.445Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.221Subject Sample 00:25

2.457Breath Volume 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 08/01/2023 10:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:2407/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:59

Hillsborough Co SO

TRUJILLO,M

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

SILVA CRUZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.081Control Test 01:54

0.000Air Blank 01:54

# 1 0.188Subject Sample 01:54

2.386Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.192Subject Sample 01:57

2.113Breath Volume 01:57

0.000Air Blank 01:58

0.081Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:2007/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:26

Hillsborough Co SO

BAAR,J

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

LYTTLE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:13

# 1 0.170Subject Sample 02:13

1.761Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.168Subject Sample 02:16

1.171Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:5607/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:35

Hillsborough Co SO

WILSON,N

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

RAMOS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:34

# 1 0.136Subject Sample 04:35

2.199Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:37

# 2 0.141Subject Sample 04:38

1.945Breath Volume 04:38

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2207/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:49

Temple Terrace PD

LORENZO,E

12/05/2024

29122080A1

Temple Terrace PD

PIERCEY,JANICE,F

CALDWELL

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.081Control Test 23:42

0.000Air Blank 23:43

# 1 0.291Subject Sample 23:44

2.546Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.280Subject Sample 23:47

1.597Breath Volume 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2207/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:42

Hillsborough Co SO

VAN-TREESE,S

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

LANDA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.194Subject Sample 03:27

2.195Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.198Subject Sample 03:30

1.605Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:4607/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:17

Hillsborough Co SO

DIBIASE,J

12/05/2024

29122080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HARPER

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.081Control Test 00:21

0.000Air Blank 00:21

# 1 0.214Subject Sample 00:22

2.621Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.213Subject Sample 00:26

2.519Breath Volume 00:26

0.000Air Blank 00:26

0.080Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:2007/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:29

Hillsborough Co SO

CHOI,H

12/05/2024

29122080A1

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

PIERCE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:19

# 1 0.120Subject Sample 01:19

1.687Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.122Subject Sample 01:22

1.851Breath Volume 01:22

0.000Air Blank 01:23

0.081Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2007/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:21

Hillsborough Co SO

BURKE,B

12/05/2024

29122080A1

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

LOPEZ GOMEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:37

# 1 0.156Subject Sample 01:38

2.437Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.145Subject Sample 01:41

1.972Breath Volume 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:5307/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:46

11:47

Hillsborough Co SO

STEWART,J

12/05/2024

29122080A1

Hillsborough Co SO

SIMMONS,ANGELA,V

RAMIREZ-FLORES

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:06

0.000Air Blank 13:07

0.080Control Test 13:07

0.000Air Blank 13:08

# 1 0.232Subject Sample 13:09

2.933Breath Volume 13:09

0.000Air Blank 13:09

0.000Air Blank 13:11

# 2 0.234Subject Sample 13:12

3.042Breath Volume 13:12

0.000Air Blank 13:12

0.080Control Test 13:13

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0507/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:28

Hillsborough Co SO

MILILLO,M

12/05/2024

29122080A1

Hillsborough Co SO

GANT,TIFFANY,

MARUFU

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1 0.093Subject Sample 03:25

1.355Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.096Subject Sample 03:28

1.367Breath Volume 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:5107/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

20:02

Hillsborough Co SO

SNAGGS,S

12/05/2024

29122080A1

Tampa PD

YUMAN ROMERO,ANGIE,A

SCOTT

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.082Control Test 20:43

0.000Air Blank 20:43

# 1 0.028Subject Sample 20:45

1.210Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:47

# 2 0.027Subject Sample 20:49

1.308Breath Volume 20:49

0.000Air Blank 20:49

0.081Control Test 20:50 Interferent Detect

0.000Air Blank 20:50

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:3107/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

20:02

Hillsborough Co SO

SNAGGS,S

12/05/2024

29122080A1

Tampa PD

YUMAN ROMERO,ANGIE,A

SCOTT

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.081Control Test 20:53

0.000Air Blank 20:54

# 1Subject Sample 20:55 Interferent Detect

1.550Breath Volume 20:55

0.000Air Blank 20:55

0.081Control Test 20:55 Interferent Detect

0.000Air Blank 20:56

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0007/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:17

Tampa PD

WILSON,N

12/05/2024

29122080A1

Tampa PD

PIERCEY,JANICE,F

HUTCHINSON

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.081Control Test 23:10

0.000Air Blank 23:10

# 1 0.270Subject Sample 23:11

1.648Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.274Subject Sample 23:15

1.734Breath Volume 23:15

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:25:3007/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:58

15:56

Hillsborough Co SO

HALL,L

12/05/2024

29122080A1

Hillsborough Co SO

SNYDER,MELONIE,E

GUTIERREZ RODRIGUEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:18

0.000Air Blank 17:18

0.082Control Test 17:19

0.000Air Blank 17:19

# 1 0.330Subject Sample 17:20

1.105Breath Volume 17:20

0.000Air Blank 17:21

0.000Air Blank 17:22

# 2 0.316Subject Sample 17:23

2.046Breath Volume 17:23

0.000Air Blank 17:24

0.080Control Test 17:24

0.000Air Blank 17:25

OKDiagnostics Check 17:25

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:1707/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:17

Hillsborough Co SO

KISS,L

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

BENJAMIN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.081Control Test 23:04

0.000Air Blank 23:05

# 1 0.099Subject Sample 23:05

1.597Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.101Subject Sample 23:08

2.156Breath Volume 23:08

0.000Air Blank 23:09

0.081Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2607/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:37

Hillsborough Co SO

DIBIASE,J

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

HORN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.081Control Test 02:48

0.000Air Blank 02:48

# 1Subject Sample 02:52 No Sample Provided

0.000Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.303Subject Sample 02:55

1.699Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 3 0.289Subject Sample 02:58

1.269Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:4907/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:37

Hillsborough Co SO

DIBIASE,J

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

HORN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.080Control Test 03:04

0.000Air Blank 03:04

# 1Subject Sample 03:07 No Sample Provided

0.000Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.082Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:0007/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:48

Hillsborough Co SO

LANDRY,G

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

PIETRAS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:36

# 1 0.199Subject Sample 04:37

2.437Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:39

# 2Subject Sample 04:42 Subject Test Refused

0.015Breath Volume 04:42

0.000Air Blank 04:43

0.081Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:44

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:5507/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:48

Hillsborough Co SO

LANDRY,G

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

PIETRAS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.081Control Test 04:49

0.000Air Blank 04:49

# 1 0.195Subject Sample 04:50

1.765Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.187Subject Sample 04:53

1.246Breath Volume 04:53

0.000Air Blank 04:54

0.081Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:25:3207/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:55

15:24

Hillsborough Co SO

SARRASIN,R

12/05/2024

29122080A1

Tampa PD

BELL,TIMOTHY,R

KISA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:15

0.000Air Blank 16:15

0.081Control Test 16:16

0.000Air Blank 16:16

# 1 0.237Subject Sample 16:19

1.902Breath Volume 16:19

0.000Air Blank 16:20

0.000Air Blank 16:21

# 2 0.220Subject Sample 16:23

1.496Breath Volume 16:23

0.000Air Blank 16:24

0.080Control Test 16:24

0.000Air Blank 16:25

OKDiagnostics Check 16:25

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2607/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:28

Hillsborough Co SO

CHOI,H

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

BUSH

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

# 1 0.245Subject Sample 02:35

1.269Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.237Subject Sample 02:38

1.300Breath Volume 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2107/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:03

Hillsborough Co SO

WILSON,N

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

HEAVENRIDGE

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.178Subject Sample 03:47

1.675Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:49

# 2 0.188Subject Sample 03:50

1.726Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:3507/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

02:53

Hillsborough Co SO

WASHINGTON,D

12/05/2024

29122080A1

Hillsborough Co SO

WASHINGTON,DESMAND,M

BEDOYA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

# 1 0.083Subject Sample 04:20

1.824Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.082Subject Sample 04:23

2.101Breath Volume 04:23

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:2407/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:12

Tampa PD

LANDRY,G

12/05/2024

29122080A1

Tampa PD

PIERCEY,JANICE,F

SHIELDS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:54

# 1 0.215Subject Sample 03:55

2.511Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.224Subject Sample 03:58

2.617Breath Volume 03:58

0.000Air Blank 03:59

0.081Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:2207/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:11

Hillsborough Co SO

RENDON,D

12/05/2024

29122080A1

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

CORDOVA

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.081Control Test 22:01

0.000Air Blank 22:01

# 1 0.099Subject Sample 22:03

1.238Breath Volume 22:03

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.093Subject Sample 22:08 Volume Not Met

0.292Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:11

# 3 0.087Subject Sample 22:12

1.746Breath Volume 22:12

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0807/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:33

Tampa PD

WILSON,N

12/05/2024

29122080A1

Tampa PD

PIERCEY,JANICE,F

CURRAN-IRELAND

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.082Control Test 01:20

0.000Air Blank 01:21

# 1 0.136Subject Sample 01:21

2.515Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.136Subject Sample 01:24

2.093Breath Volume 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 08/01/2023 10:07

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:4707/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

03:55

Hillsborough Co SO

PORTER,S

12/05/2024

29122080A1

Hillsborough Co SO

GANT,TIFFANY,

GIFFORD

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.081Control Test 05:18

0.000Air Blank 05:19

# 1 0.134Subject Sample 05:21

2.105Breath Volume 05:21

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.113Subject Sample 05:27 Volume Not Met

0.847Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:30

# 3 0.113Subject Sample 05:33 Volume Not Met

0.746Breath Volume 05:33

0.000Air Blank 05:33

0.080Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:2407/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

19:08

Hillsborough Co SO

RUIZ,J

12/05/2024

29122080A1

FHP Troop C

JONES,MINDY,L

PEREIRA GONZALEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:28

0.000Air Blank 19:28

0.081Control Test 19:29

0.000Air Blank 19:29

# 1 0.184Subject Sample 19:30

1.976Breath Volume 19:30

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.187Subject Sample 19:33

2.140Breath Volume 19:33

0.000Air Blank 19:34

0.080Control Test 19:34

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:0907/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:21

Hillsborough Co SO

DIBIASE,J

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

BARNES

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.081Control Test 21:23

0.000Air Blank 21:24

# 1 0.181Subject Sample 21:24

1.769Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.195Subject Sample 21:27

1.742Breath Volume 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:1207/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:45

Hillsborough Co SO

GUERRERO,D

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

SANTIAGO LOPEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.081Control Test 23:39

0.000Air Blank 23:39

# 1 0.135Subject Sample 23:40

1.785Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.132Subject Sample 23:43

1.398Breath Volume 23:43

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3607/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:11

Hillsborough Co SO

VAN-TREESE,S

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

CARVAJAL

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.081Control Test 00:04

0.000Air Blank 00:04

# 1 0.189Subject Sample 00:05

2.621Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.183Subject Sample 00:08

2.667Breath Volume 00:08

0.000Air Blank 00:08

0.079Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0707/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:53

Hillsborough Co SO

LEISCH,B

12/05/2024

29122080A1

Hillsborough Co SO

JONES,MINDY,L

BATEN MENDEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1 0.104Subject Sample 01:32

1.566Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.106Subject Sample 01:35

2.277Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:4507/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:35

Hillsborough Co SO

TRUJILLO,M

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

ACOSTA BARCENAS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.081Control Test 03:31

0.000Air Blank 03:31

# 1 0.120Subject Sample 03:32

3.324Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.123Subject Sample 03:35

2.050Breath Volume 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:3907/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:20

Hillsborough Co SO

WILSON,N

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

PARMAR

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.081Control Test 04:04

0.000Air Blank 04:05

# 1 0.176Subject Sample 04:06

2.796Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.171Subject Sample 04:09

3.031Breath Volume 04:09

0.000Air Blank 04:09

0.081Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0507/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:52

Hillsborough Co SO

SNAGGS,S

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

ZENA PILCO

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.081Control Test 04:31

0.000Air Blank 04:31

# 1 0.188Subject Sample 04:32

2.265Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.184Subject Sample 04:35

1.945Breath Volume 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:1107/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:12

Hillsborough Co SO

BAAR,J

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

RICHARDS

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:53

# 1 0.152Subject Sample 23:54

2.187Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:56

# 2 0.152Subject Sample 23:57

2.480Breath Volume 23:57

0.000Air Blank 23:58

0.081Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3407/31/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:19

Hillsborough Co SO

GUERRERO,D

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

JUAREZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:20 No Sample Provided

0.000Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2Subject Sample 01:26 No Sample Provided

0.000Breath Volume 01:26

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:5307/31/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:02

Hillsborough Co SO

LANDRY,G

12/05/2024

29122080A1

Tampa PD

JONES,MINDY,L

MUNGIN

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

# 1Subject Sample 02:54 No Sample Provided

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2Subject Sample 02:57 Subject Test Refused

0.000Breath Volume 02:57

0.000Air Blank 02:57

0.081Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:5607/31/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:14

Hillsborough Co SO

DIBIASE,J

12/05/2024

29122080A1

Hillsborough Co SO

KROME,BRITTNEY,M

VELASQUEZ

07/05/2023

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.081Control Test 05:13

0.000Air Blank 05:13

# 1 0.202Subject Sample 05:14

1.386Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:16

# 2 0.200Subject Sample 05:17

1.925Breath Volume 05:17

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 08/01/2023 10:08

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:1507/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:30

Pinellas County SO

YEARGIN,DEP GENESIS

10/25/2024

AG229803

Pinellas County SO

YEARGIN,DEP GENESIS,

RODRIGUEZ

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.082Control Test 02:36

Air Blank 02:36 Sequence Aborted

0.000Air Blank 02:37

Data Download Date/Time: 07/05/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:2807/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:30

Pinellas County SO

YEARGIN,DEP GENESIS

10/25/2024

AG229803

Pinellas County SO

YEARGIN,DEP GENESIS,

RODRIGUEZ

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.082Control Test 02:51

0.000Air Blank 02:52

# 1 0.150Subject Sample 02:52

3.597Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.148Subject Sample 02:55

3.687Breath Volume 02:55

0.000Air Blank 02:56

0.082Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 07/05/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:5207/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:58

Pinellas Park PD

DETRANO,JEFFREY

10/25/2024

AG229803

Pinellas Park PD

DETRANO,JEFFREY,J

GREEN

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.081Control Test 21:24

0.000Air Blank 21:24

# 1 0.147Subject Sample 21:25

1.886Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:27

# 2 0.142Subject Sample 21:28

1.824Breath Volume 21:28

0.000Air Blank 21:28

0.080Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 07/05/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:0207/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:27

Pinellas County SO

DEANGELO,G

10/25/2024

AG229803

Pinellas County SO

LANEY,DAMON,A

MCCRAY

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.081Control Test 23:47

0.000Air Blank 23:48

# 1Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:49

0.081Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:50

Data Download Date/Time: 07/05/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:3407/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:28

FHP Troop C

GONZALEZ,CHRISTOPHER

10/25/2024

AG229803

FHP Troop C

GONZALEZ,CHRISTOPHER,M

GREDYSA

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:16

# 1 0.173Subject Sample 00:17

1.582Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.167Subject Sample 00:21

1.777Breath Volume 00:21

0.000Air Blank 00:21

0.081Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 07/05/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1407/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

03:07

Largo PD

SILVERSTEIN,CHRISTINA

10/25/2024

AG229803

Largo PD

SILVERSTEIN,CHRISTINA,

PEREZ PEREZ

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.082Control Test 03:28

0.000Air Blank 03:29

# 1 0.158Subject Sample 03:32

1.527Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.162Subject Sample 03:35

1.414Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 07/05/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:4907/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

22:23

Pinellas County SO

CHURCHILL,CAMERON

10/25/2024

AG229803

Pinellas County SO

CHURCHILL,CAMERON,P

POSLEY III

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.081Control Test 22:43

0.000Air Blank 22:44

# 1 0.000Subject Sample 22:44

2.207Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.000Subject Sample 22:47

1.750Breath Volume 22:47

0.000Air Blank 22:47

0.081Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 07/05/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:4107/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

00:12

Pinellas County SO

LANEY,DAMON

10/25/2024

AG229803

Pinellas County SO

LANEY,DAMON,A

OSORIO

06/14/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.081Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:32 Subject Test Refused

0.000Breath Volume 00:32

0.000Air Blank 00:32

0.081Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 07/05/2023 14:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:2907/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

23:03

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

CRANSTON

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.083Control Test 23:39

0.000Air Blank 23:39

# 1 0.000Subject Sample 23:40

1.464Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.000Subject Sample 23:43

1.746Breath Volume 23:43

0.000Air Blank 23:43

0.083Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:1207/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:41

Pinellas County SO

TEMPLE,ELIZABETH

10/25/2024

AG229803

Pinellas County SO

TEMPLE,ELIZABETH,R

DUNBAR

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.083Control Test 01:26

0.000Air Blank 01:27

# 1 0.000Subject Sample 01:27

1.687Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.000Subject Sample 01:30

1.312Breath Volume 01:30

0.000Air Blank 01:31

0.082Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:2007/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:53

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

DRAYTON

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.083Control Test 00:48

0.000Air Blank 00:48

# 1 0.000Subject Sample 00:48

1.128Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.000Subject Sample 00:51

1.507Breath Volume 00:51

0.000Air Blank 00:52

0.082Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:4907/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:43

15:52

Pinellas County SO

MCDONOUGH,NICHOLAS

10/25/2024

AG229803

Pinellas County SO

JACOBS,CHRISTOPHER,L

FALLON

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:07

0.000Air Blank 17:08

0.083Control Test 17:08

0.000Air Blank 17:09

# 1 0.000Subject Sample 17:09

2.113Breath Volume 17:09

0.000Air Blank 17:09

0.000Air Blank 17:11

# 2 0.000Subject Sample 17:12

4.953Breath Volume 17:12

0.000Air Blank 17:12

0.083Control Test 17:13

0.000Air Blank 17:13

OKDiagnostics Check 17:13

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:24:1807/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:56

13:33

Pinellas County SO

KOWALSKI,DEP

10/25/2024

AG229803

Pinellas County SO

MULLINS,JOHN,W

MINER

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:21

0.000Air Blank 14:21

0.083Control Test 14:22

0.000Air Blank 14:22

# 1Subject Sample 14:22 Subject Test Refused

0.000Breath Volume 14:22

0.000Air Blank 14:23

0.082Control Test 14:23

0.000Air Blank 14:24

OKDiagnostics Check 14:24

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1607/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:21

Pinellas County SO

LUNDH,DEP

10/25/2024

AG229803

Pinellas County SO

LUNDH,DEP,K

CIRIGNANO

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.083Control Test 04:19

0.000Air Blank 04:19

# 1 0.000Subject Sample 04:20

2.156Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2Subject Sample 04:23 Subject Test Refused

0.000Breath Volume 04:23

0.000Air Blank 04:24

0.083Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:1307/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

18:16

Pinellas County SO

BLAKE,LEVI

10/25/2024

AG229803

Pinellas County SO

WELSHANS,DEAN,A

CRAWLEY

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:06

0.000Air Blank 19:07

0.083Control Test 19:07

0.000Air Blank 19:08

# 1 0.000Subject Sample 19:08

3.628Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:11

# 2 0.000Subject Sample 19:11

3.050Breath Volume 19:11

0.000Air Blank 19:12

0.083Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:1107/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:15

Pinellas County SO

MORRIS,BRIDGETT

10/25/2024

AG229803

Pinellas County SO

MORRIS,BRIDGETT,A

ROSADO

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.083Control Test 22:56

0.000Air Blank 22:56

# 1 0.130Subject Sample 22:59

1.300Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.127Subject Sample 23:02

1.382Breath Volume 23:02

0.000Air Blank 23:03

0.083Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:38:4107/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:12

15:45

Pinellas County SO

MCKEE,KATHLEEN

10/25/2024

AG229803

Pinellas County SO

TEMPLE,ELIZABETH,R

MOORE

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:32

0.000Air Blank 16:32

0.083Control Test 16:33

0.000Air Blank 16:33

# 1 0.197Subject Sample 16:34

2.769Breath Volume 16:34

0.000Air Blank 16:34

0.000Air Blank 16:36

# 2 0.195Subject Sample 16:37

2.328Breath Volume 16:37

0.000Air Blank 16:37

0.083Control Test 16:38

0.000Air Blank 16:38

OKDiagnostics Check 16:38

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:2607/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:30

18:30

FFWCC (Lakeland)

LAMOUREUX,MATT

10/25/2024

AG229803

FFWCC (Lakeland)

LAMOUREUX,MATT,L

MCCLURG

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.083Control Test 20:32

0.000Air Blank 20:32

# 1 0.088Subject Sample 20:32

2.425Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.085Subject Sample 20:35

2.656Breath Volume 20:35

0.000Air Blank 20:36

0.083Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:5407/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:40

Pinellas County SO

GROSS,JILLIAN

10/25/2024

AG229803

Pinellas County SO

JACOBS,CHRISTOPHER,L

JOHNSON

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:29

0.000Air Blank 18:29

0.083Control Test 18:29

0.000Air Blank 18:30

# 1Subject Sample 18:30 Subject Test Refused

0.000Breath Volume 18:30

0.000Air Blank 18:30

0.083Control Test 18:31

0.000Air Blank 18:31

OKDiagnostics Check 18:31

Data Download Date/Time: 08/16/2023 06:26

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:2007/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:24

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

TRESKA

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.083Control Test 01:04

0.000Air Blank 01:04

# 1 0.030Subject Sample 01:05

2.808Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.030Subject Sample 01:07

2.242Breath Volume 01:07

0.000Air Blank 01:08

0.082Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1607/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:56

Pinellas County SO

TEMPLE,ELIZABETH

10/25/2024

AG229803

Pinellas County SO

TEMPLE,ELIZABETH,R

DEBARROS

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.083Control Test 01:36

0.000Air Blank 01:36

# 1Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:37

0.083Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:11:2907/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:12

15:02

Pinellas County SO

THOMPSON,CHRISTOPHER

10/25/2024

AG229803

Pinellas County SO

SIBLEY,TRAVIS,J

LEONE-CATALINO

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:04

0.000Air Blank 16:04

0.083Control Test 16:05

0.000Air Blank 16:05

# 1 0.000Subject Sample 16:07

1.863Breath Volume 16:07

0.000Air Blank 16:07

0.000Air Blank 16:09

# 2 0.000Subject Sample 16:10

1.917Breath Volume 16:10

0.000Air Blank 16:10

0.083Control Test 16:10

0.000Air Blank 16:11

OKDiagnostics Check 16:11

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:52:4107/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:28

14:00

Pinellas County SO

CAMPION,DEP

10/25/2024

AG229803

Pinellas County SO

PALAZZOLO,DEP,C

GIOVINO JR

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:49

0.000Air Blank 16:50

0.083Control Test 16:50

0.000Air Blank 16:51

# 1Subject Sample 16:51 Subject Test Refused

0.000Breath Volume 16:51

0.000Air Blank 16:51

0.082Control Test 16:52

0.000Air Blank 16:52

OKDiagnostics Check 16:52

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:0207/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:03

Pinellas County SO

PULIZZANO,ALYSSA

10/25/2024

AG229803

Pinellas County SO

BENTLEY,TYLER,T

YOUNG

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:05

0.082Control Test 19:05

Air Blank 19:05 RFI Detect

0.000Air Blank 19:06

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:19:2007/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:03

Pinellas County SO

PULIZZANO,ALYSSA

10/25/2024

AG229803

Pinellas County SO

BENTLEY,TYLER,T

YOUNG

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:08

0.083Control Test 19:08

0.000Air Blank 19:09

# 1 0.113Subject Sample 19:12 Volume Not Met

0.964Breath Volume 19:12

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.114Subject Sample 19:17 Volume Not Met

0.234Breath Volume 19:17

0.000Air Blank 19:18

0.083Control Test 19:18

0.000Air Blank 19:19

OKDiagnostics Check 19:19

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:0607/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:33

Pinellas County SO

RYAN,CHRISTOPHER

10/25/2024

AG229803

Pinellas County SO

BENTLEY,TYLER,T

COOPER

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.082Control Test 23:17

0.000Air Blank 23:18

# 1 0.000Subject Sample 23:19

1.835Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.000Subject Sample 23:22

2.480Breath Volume 23:22

0.000Air Blank 23:23

0.082Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:3207/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:07

Pinellas County SO

ZAPATA-ROLON,FRANCISCO

10/25/2024

AG229803

Pinellas County SO

BENTLEY,TYLER,T

YUNAK

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.082Control Test 00:07

0.000Air Blank 00:07

# 1 0.000Subject Sample 00:09

5.058Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.000Subject Sample 00:12

5.085Breath Volume 00:12

0.000Air Blank 00:12

0.083Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:4507/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:52

Pinellas County SO

SEVOSTJANOV,JAMES

10/25/2024

AG229803

Pinellas County SO

BENTLEY,TYLER,T

TELLEZ MAYE

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.083Control Test 04:43

0.000Air Blank 04:43

# 1 0.181Subject Sample 04:45

2.050Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.184Subject Sample 04:49

2.367Breath Volume 04:49

0.000Air Blank 04:49

0.081Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:0807/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:19

Pinellas County SO

BENTLEY,TYLER

10/25/2024

AG229803

Pinellas County SO

BENTLEY,TYLER,T

MARTINEZ CALVA

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:18

0.083Control Test 20:18

0.000Air Blank 20:19

# 1Subject Sample 20:19 Subject Test Refused

0.000Breath Volume 20:19

0.000Air Blank 20:20

0.083Control Test 20:20

0.000Air Blank 20:21

OKDiagnostics Check 20:21

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:4707/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:48

Pinellas County SO

REFUSE,RONY

10/25/2024

AG229803

FHP Troop C

BENTLEY,TYLER,T

PRATHER

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.083Control Test 21:00

0.000Air Blank 21:01

# 1 0.112Subject Sample 21:02

2.234Breath Volume 21:02

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.132Subject Sample 21:05

3.812Breath Volume 21:05

0.000Air Blank 21:05

0.082Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:5907/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:40

Pinellas County SO

LUNDH,K

10/25/2024

AG229803

Pinellas County SO

LUNDH,DEP,K

HARRIS

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.083Control Test 21:43

0.000Air Blank 21:43

# 1Subject Sample 21:46 Subject Test Refused

0.000Breath Volume 21:46

0.000Air Blank 21:47

0.083Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:4207/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

21:29

Pinellas County SO

GUZMAN,DEP

10/25/2024

AG229803

Pinellas County SO

LUNDH,DEP,K

D156010911490

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.082Control Test 22:34

0.000Air Blank 22:35

# 1 0.066Subject Sample 22:36

1.734Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.063Subject Sample 22:39

1.449Breath Volume 22:39

0.000Air Blank 22:39

0.083Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:26:5607/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:56

12:27

Pinellas County SO

SALZMAN,BLAKE

10/25/2024

AG229803

Pinellas County SO

PIERCE,SCOTT,A

EUBANK

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:19

0.000Air Blank 13:19

0.083Control Test 13:20

0.000Air Blank 13:20

# 1 0.330Subject Sample 13:22

1.375Breath Volume 13:22

0.000Air Blank 13:23

0.000Air Blank 13:24

# 2 0.336Subject Sample 13:25

1.328Breath Volume 13:25

0.000Air Blank 13:26

0.080Control Test 13:26

0.000Air Blank 13:26

OKDiagnostics Check 13:26

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:4407/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:08

Pinellas County SO

BEATTY,J

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

HANDS

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:08

0.083Control Test 19:08

0.000Air Blank 19:09

# 1Subject Sample 19:09 Subject Test Refused

0.000Breath Volume 19:09

0.000Air Blank 19:09

0.083Control Test 19:10

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:3307/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:42

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

BUSSEY

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.083Control Test 20:42

0.000Air Blank 20:42

# 1Subject Sample 20:43 Subject Test Refused

0.000Breath Volume 20:43

0.000Air Blank 20:43

0.082Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:38:1307/31/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:07

17:46

Pinellas County SO

CHIRIO,VICTOR

10/25/2024

AG229803

Pinellas County SO

NELSON,JEFFREY,L

SUMMERS

07/05/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.083Control Test 18:35

0.000Air Blank 18:36

# 1Subject Sample 18:36 Subject Test Refused

0.000Breath Volume 18:36

0.000Air Blank 18:37

0.083Control Test 18:37

0.000Air Blank 18:38

OKDiagnostics Check 18:38

Data Download Date/Time: 08/16/2023 06:27

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:1507/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

22:57

10:00

Perry PD

WINDHAM,AUSTIN

01/05/2025

33921080A1

Perry PD

WINDHAM,AUSTIN,K

NORRIS

07/04/2023

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.081Control Test 23:29

0.000Air Blank 23:30

# 1 0.000Subject Sample 23:30

3.554Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.000Subject Sample 23:33

3.855Breath Volume 23:33

0.000Air Blank 23:34

0.081Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 08/28/2023 16:17

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:1207/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:18

Port Orange PD

YOVANOVICH,THOMAS

01/25/2025

402328118

Port Orange PD

YOVANOVICH,THOMAS,

EMANUEL

06/30/2023

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:58

# 1 0.231Subject Sample 02:59

1.835Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.225Subject Sample 03:02

2.292Breath Volume 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 07/31/2023 11:35

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:3707/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:47

Fort Myers PD

COHEN,ZACHARY

01/05/2024

33321080A3

Fort Myers PD

JOHNSTON,TORI,D

HENRY

06/21/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:58

# 1 0.297Subject Sample 22:59

3.027Breath Volume 22:59

Air Blank 23:00 Purge Fail

0.000Air Blank 23:00

Data Download Date/Time: 07/12/2023 08:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:1707/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:47

Fort Myers PD

COHEN,ZACHARY

01/05/2024

33321080A3

Fort Myers PD

JOHNSTON,TORI,D

HENRY

06/21/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.076Control Test 23:04

0.000Air Blank 23:05

# 1 0.320Subject Sample 23:05

2.769Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.316Subject Sample 23:09

2.691Breath Volume 23:09

0.000Air Blank 23:10

0.076Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 07/12/2023 08:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:5007/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:43

Fort Myers PD

LEON,B

01/05/2024

33321080A3

Fort Myers PD

WOLFER,B,A

ITZEP ACABAL

06/21/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

# 1 0.160Subject Sample 02:42

2.500Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.146Subject Sample 02:45

1.105Breath Volume 02:45

Air Blank 02:46 RFI Detect

0.000Air Blank 02:46

Data Download Date/Time: 07/12/2023 08:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5307/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:43

Fort Myers PD

LEON,B

01/05/2024

33321080A3

Fort Myers PD

WOLFER,B,A

ITZEP ACABAL

06/21/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.075Control Test 02:49

0.000Air Blank 02:49

# 1Subject Sample 02:50 RFI Detect

0.000Breath Volume 02:50

Air Blank 02:50 RFI Detect

0.000Air Blank 02:50

Data Download Date/Time: 07/12/2023 08:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:5807/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:51

FHP Troop F

HASH,CONNOR

01/05/2024

33321080A3

FHP Troop F

HASH,CONNOR,T

JOSE GASPER

06/21/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.079Control Test 03:54

0.000Air Blank 03:54

# 1 0.187Subject Sample 03:55

2.554Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.174Subject Sample 03:58

2.039Breath Volume 03:58

0.000Air Blank 03:59

0.077Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 07/12/2023 08:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:57:0707/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

09:10

Fort Myers PD

SCHILLING,K

01/05/2024

33321080A3

Fort Myers PD

TRASK,J,N

DYKHUIZEN

06/21/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:50

0.000Air Blank 09:50

0.079Control Test 09:51

0.000Air Blank 09:51

# 1 0.141Subject Sample 09:52

2.453Breath Volume 09:52

0.000Air Blank 09:53

0.000Air Blank 09:54

# 2 0.143Subject Sample 09:55

2.238Breath Volume 09:55

0.000Air Blank 09:56

0.078Control Test 09:56

0.000Air Blank 09:57

OKDiagnostics Check 09:57

Data Download Date/Time: 07/12/2023 08:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4807/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

21:20

Cape Coral PD

ARNOLD,PAUL

01/05/2024

33321080A3

Cape Coral PD

COLWELL,CHASE,U

JACKSON

06/21/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.028Subject Sample 02:29

1.390Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:31

# 2 0.023Subject Sample 02:33

1.230Breath Volume 02:33

0.000Air Blank 02:33

0.078Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 07/12/2023 08:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:4507/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

23:40

FHP Troop F

BLAKE,DAVID

01/05/2024

33321080A3

FHP Troop F

BLAKE,DAVID,A

NEAGLE

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

# 1 0.111Subject Sample 01:11

1.851Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.117Subject Sample 01:14

2.085Breath Volume 01:14

0.000Air Blank 01:15

0.077Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:42:0807/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:15

12:00

Fort Myers PD

ORTIZ,CISCO

01/05/2024

33321080A3

Cape Coral PD

CAMERON,DAVID,J

CARL

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:35

0.000Air Blank 13:35

0.080Control Test 13:36

0.000Air Blank 13:36

# 1 0.000Subject Sample 13:37

1.765Breath Volume 13:37

0.000Air Blank 13:37

0.000Air Blank 13:39

# 2 0.000Subject Sample 13:40

3.503Breath Volume 13:40

0.000Air Blank 13:41

0.077Control Test 13:41

0.000Air Blank 13:42

OKDiagnostics Check 13:42

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:1407/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:49

Cape Coral PD

COLWELL,CHASE

01/05/2024

33321080A3

Cape Coral PD

COLWELL,CHASE,U

JATZKE

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.079Control Test 00:58

0.000Air Blank 00:58

# 1 0.249Subject Sample 00:59

3.343Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:01

# 2 0.247Subject Sample 01:02

3.000Breath Volume 01:02

0.000Air Blank 01:03

0.077Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4107/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:41

Cape Coral PD

VEGA,JAHMIL

01/05/2024

33321080A3

Cape Coral PD

PRIETO PEREZ,CARLOS,

THESIER

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.078Control Test 02:31

0.000Air Blank 02:32

# 1 0.099Subject Sample 02:32

3.757Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.099Subject Sample 02:35

3.722Breath Volume 02:35

0.000Air Blank 02:36

0.077Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0707/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:33

Cape Coral PD

COLWELL,CHASE

01/05/2024

33321080A3

Cape Coral PD

COLWELL,CHASE,U

AHING

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.078Control Test 03:23

0.000Air Blank 03:23

# 1 0.212Subject Sample 03:24

1.503Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.221Subject Sample 03:28

1.843Breath Volume 03:28

0.000Air Blank 03:29

0.077Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3807/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:10

Cape Coral PD

VALDES,GABRIEL

01/05/2024

33321080A3

Cape Coral PD

PRIETO PEREZ,CARLOS,

ROMERO AGUILAR

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.077Control Test 03:57

0.000Air Blank 03:58

# 1 0.188Subject Sample 03:58

2.332Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.192Subject Sample 04:01

3.882Breath Volume 04:01

0.000Air Blank 04:02

0.076Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:1907/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:07

Cape Coral PD

VEGA,JAHMIL

01/05/2024

33321080A3

Cape Coral PD

PRIETO PEREZ,CARLOS,

PEREZ RAYMUNDO

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.078Control Test 23:50

0.000Air Blank 23:51

# 1 0.217Subject Sample 23:51

2.250Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.208Subject Sample 23:55

1.574Breath Volume 23:55

0.000Air Blank 23:56

0.077Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0007/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:36

Cape Coral PD

VEGA,JAHMIL

01/05/2024

33321080A3

Cape Coral PD

PRIETO PEREZ,CARLOS,

POMPA

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

# 1 0.105Subject Sample 02:32

3.328Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:34

# 2 0.103Subject Sample 02:35

3.718Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:37

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:0307/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:30

Fort Myers PD

COHEN,ZACHERY

01/05/2024

33321080A3

Fort Myers PD

SMITH,TRAEVONNE,M

FLANAGAN III

07/12/2023

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:15

0.000Air Blank 18:16

0.078Control Test 18:16

0.000Air Blank 18:17

# 1 0.000Subject Sample 18:17

4.300Breath Volume 18:17

0.000Air Blank 18:18

0.000Air Blank 18:20

# 2 0.000Subject Sample 18:20

4.339Breath Volume 18:20

0.000Air Blank 18:21

0.078Control Test 18:21

0.000Air Blank 18:21

OKDiagnostics Check 18:22

Data Download Date/Time: 08/18/2023 08:16

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:4507/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:48

Daytona Beach PD

TOUZALIN,GAVRIELLE

03/17/2024

1475154

New Smyrna Beach PD

GRABILL,JAMES,H

VASSILAKIS

06/14/2023

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:52

0.078Control Test 19:52

0.000Air Blank 19:53

# 1 0.112Subject Sample 19:56 Volume Not Met

0.554Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:58

# 2 0.103Subject Sample 20:00

1.515Breath Volume 20:00

0.000Air Blank 20:01

0.000Air Blank 20:03

# 3 0.117Subject Sample 20:05

1.421Breath Volume 20:05

0.000Air Blank 20:05

0.076Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 08/01/2023 11:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:2707/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:26

Daytona Beach PD

MCCARTHY,EVAN

03/17/2024

1475154

FHP Troop D

SMITH,KARL,C

VASQUES

06/14/2023

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:59

0.078Control Test 19:59

0.000Air Blank 19:59

# 1 0.142Subject Sample 20:00

1.488Breath Volume 20:00

0.000Air Blank 20:01

0.000Air Blank 20:02

# 2 0.140Subject Sample 20:03

2.109Breath Volume 20:03

0.000Air Blank 20:04

0.078Control Test 20:04

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 08/01/2023 11:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1007/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:06

Daytona Beach PD

DAMON,RUSSELL

03/17/2024

1475154

Daytona Beach PD

SMITH,KARL,C

SANTIAGO RODRIGUEZ

06/14/2023

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.078Control Test 00:36

0.000Air Blank 00:36

# 1 0.280Subject Sample 00:37

1.464Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.281Subject Sample 00:40

1.308Breath Volume 00:40

0.000Air Blank 00:41

0.078Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 08/01/2023 11:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1407/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:43

Daytona Beach PD

ALTIDOR,JUDE

03/17/2024

1475154

Daytona Beach PD

GRABILL,JAMES,H

LAFAYETTE

06/14/2023

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:19

# 1 0.226Subject Sample 02:20

3.011Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.219Subject Sample 02:23

1.785Breath Volume 02:23

0.000Air Blank 02:24

0.078Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 08/01/2023 11:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1707/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:09

Daytona Beach PD

QUELIZ,CARLOS

03/17/2024

1475154

Daytona Beach PD

QUELIZ,CARLOS,A

PERDOMO CRUZ

06/14/2023

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

# 1Subject Sample 01:15 RFI Detect

2.093Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 08/01/2023 11:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3707/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:09

Daytona Beach PD

QUELIZ,CARLOS

03/17/2024

1475154

Daytona Beach PD

QUELIZ,CARLOS,A

PERDOMO CRUZ

06/14/2023

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.169Subject Sample 01:22

1.742Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.171Subject Sample 01:25

2.046Breath Volume 01:25

0.000Air Blank 01:26

0.079Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 08/01/2023 11:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:06:3007/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:39

04:53

FHP Troop D

EDWARDS,ABIGAYLE

03/17/2024

1475154

FHP Troop D

EDWARDS,ABIGAYLE,A

BROOKS

06/14/2023

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.080Control Test 06:00

0.000Air Blank 06:01

# 1 0.053Subject Sample 06:01

2.660Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.057Subject Sample 06:04

1.726Breath Volume 06:04

0.000Air Blank 06:05

0.080Control Test 06:05

0.000Air Blank 06:06

OKDiagnostics Check 06:06

Data Download Date/Time: 08/01/2023 11:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:5507/31/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:49

Daytona Beach PD

SALINAS,SARAH

03/17/2024

1475154

Volusia County SO

SMITH,KARL,C

MCQUIRE

06/14/2023

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.078Control Test 01:27

0.000Air Blank 01:27

# 1 0.214Subject Sample 01:30

1.804Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2 0.214Subject Sample 01:35

2.179Breath Volume 01:35

0.000Air Blank 01:35

0.077Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 08/01/2023 11:52

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2507/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:29

Fernandina Beach PD

GOTHARD,RONALD

10/05/2024

22722080A1

Fernandina Beach PD

GOTHARD,RONALD,S

BROUSSARD

06/27/2023

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.083Control Test 03:22

0.000Air Blank 03:22

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.082Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 07/23/2023 19:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3907/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:11

Fernandina Beach PD

PAETSCH,JOSH

10/05/2024

22722080A1

Fernandina Beach PD

PAETSCH,JOSH,E

BULLARD

06/27/2023

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.083Control Test 03:09

0.000Air Blank 03:09

# 1 0.101Subject Sample 03:10

1.175Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:12

# 2 0.096Subject Sample 03:13

1.183Breath Volume 03:13

0.000Air Blank 03:14

0.082Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 07/23/2023 19:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:3907/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

20:12

Fernandina Beach PD

PAETSCH,JOSH

10/05/2024

22722080A1

Fernandina Beach PD

PAETSCH,JOSH,E

REEDER

06/27/2023

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:53

0.000Air Blank 20:53

0.082Control Test 20:54

0.000Air Blank 20:54

# 1 0.152Subject Sample 20:55

2.273Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:57

# 2 0.147Subject Sample 20:58

1.542Breath Volume 20:58

0.000Air Blank 20:59

0.082Control Test 21:00

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 07/23/2023 19:03

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:09:1207/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:40

08:05

MIAMI-DADE PD

SAINTILIEN,BOB

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

VIXAMAR

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:08

Air Blank 09:08 RFI Detect

0.000Air Blank 09:09

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:19:4307/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:40

08:05

MIAMI-DADE PD

7C02,BOB

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

VIXAMAR

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:13

0.000Air Blank 09:13

0.079Control Test 09:14

0.000Air Blank 09:14

# 1 0.105Subject Sample 09:15

2.859Breath Volume 09:15

0.000Air Blank 09:15

0.000Air Blank 09:17

# 2 0.102Subject Sample 09:18

2.804Breath Volume 09:18

0.000Air Blank 09:18

0.078Control Test 09:19

0.000Air Blank 09:19

OKDiagnostics Check 09:19

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3307/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:12

OTHER LOCAL

RIVERA,JORDAN

01/05/2024

33321080A2

OTHER LOCAL

RIVERA,JORDAN,C

LORENZO

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:01

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:12:3907/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:41

MIAMI-DADE PD

SAINTILIEN,BOB

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

VASQUEZ

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:04

0.000Air Blank 14:05

0.078Control Test 14:05

0.000Air Blank 14:06

# 1 0.216Subject Sample 14:07

1.609Breath Volume 14:07

0.000Air Blank 14:08

0.000Air Blank 14:10

# 2 0.234Subject Sample 14:11

1.964Breath Volume 14:11

0.000Air Blank 14:11

0.078Control Test 14:12

0.000Air Blank 14:12

OKDiagnostics Check 14:12

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:2807/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

14:16

MIAMI-DADE PD

FORTUNE,KYLE

01/05/2024

33321080A2

MIAMI-DADE PD

SUERO,JOYRICK,

SALINAS

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:34

0.000Air Blank 15:35

0.077Control Test 15:35

0.000Air Blank 15:35

# 1 0.271Subject Sample 15:36

2.089Breath Volume 15:36

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2 0.264Subject Sample 15:39

2.656Breath Volume 15:39

0.000Air Blank 15:40

0.076Control Test 15:40

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:00:5607/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:34

09:05

MIAMI-DADE PD

LOPEZ,C

01/05/2024

33321080A2

MIAMI-DADE PD

LOPEZ,CELINA,L

DICKERSON

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:58

0.000Air Blank 10:58

0.078Control Test 10:58

0.000Air Blank 10:59

# 1Subject Sample 10:59 Subject Test Refused

0.000Breath Volume 10:59

0.000Air Blank 11:00

0.077Control Test 11:00

0.000Air Blank 11:00

OKDiagnostics Check 11:00

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:1807/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:39

18:19

FHP TROOP E

GONZALEZ,JORGE

01/05/2024

33321080A2

MIAMI-DADE PD

SOLORZANO,DYLAN,A

BILLIE

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.078Control Test 20:28

0.000Air Blank 20:28

# 1Subject Sample 20:29 Subject Test Refused

0.000Breath Volume 20:29

0.000Air Blank 20:30

0.078Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:2207/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:02

MIAMI-DADE PD

AZRAK,JOSEPH

01/05/2024

33321080A2

MIAMI-DADE PD

AZRAK,JOSEPH,

ZULUETA-MENDIZABAL

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

# 1 0.134Subject Sample 03:26

1.191Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.139Subject Sample 03:29

1.593Breath Volume 03:29

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:26:2307/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:52

09:20

MIAMI-DADE PD

SAINTILIEN,BOB

01/05/2024

33321080A2

MIAMI-DADE PD

SAINTILIEN,BOB,

GUZMAN

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:19

0.000Air Blank 10:19

0.078Control Test 10:20

0.000Air Blank 10:20

# 1 0.182Subject Sample 10:21

1.441Breath Volume 10:21

0.000Air Blank 10:22

0.000Air Blank 10:23

# 2 0.162Subject Sample 10:24

1.761Breath Volume 10:24

0.000Air Blank 10:25

0.077Control Test 10:25

0.000Air Blank 10:26

OKDiagnostics Check 10:26

Data Download Date/Time: 08/24/2023 02:01

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:51:2007/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:16

MIAMI-DADE PD

DELGADO,M

01/05/2024

33321080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

VINDEL PAZ

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:48

0.000Air Blank 06:48

0.078Control Test 06:49

0.000Air Blank 06:49

# 1Subject Sample 06:49 Subject Test Refused

0.000Breath Volume 06:49

0.000Air Blank 06:50

0.078Control Test 06:50

0.000Air Blank 06:51

OKDiagnostics Check 06:51

Data Download Date/Time: 08/17/2023 04:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3307/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:21

MIAMI-DADE PD

RODRIGUEZ,J

01/05/2024

33321080A2

NORTH BAY VILLAGE PD

DELGADO,MIGUEL,R

CADAVID GIL

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.079Control Test 03:27

0.000Air Blank 03:27

# 1 0.000Subject Sample 03:28

2.382Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.000Subject Sample 03:31

1.859Breath Volume 03:31

0.000Air Blank 03:31

0.077Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 08/17/2023 04:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:0307/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:26

MIAMI-DADE PD

PALACIOS,L

01/05/2024

33321080A2

NORTH BAY VILLAGE PD

DELGADO,MIGUEL,R

LISSA

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.078Control Test 01:55

0.000Air Blank 01:56

# 1 0.037Subject Sample 01:56

3.246Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.033Subject Sample 01:59

2.843Breath Volume 01:59

0.000Air Blank 02:00

0.077Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:01

Data Download Date/Time: 08/17/2023 04:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:2407/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:13

MIAMI-DADE PD

DELGADO,M

01/05/2024

33321080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

CORDOVA GARRIDO

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.078Control Test 04:45

0.000Air Blank 04:45

# 1Subject Sample 04:48 No Sample Provided

0.000Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.238Subject Sample 04:53

1.722Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:55

# 3 0.239Subject Sample 04:56

1.976Breath Volume 04:56

0.000Air Blank 04:57

0.075Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 08/17/2023 04:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:40:0307/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:03

07:00

MIAMI-DADE PD

MARTIN,A

01/05/2024

33321080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

JOSEPH

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:35

0.000Air Blank 07:36

0.076Control Test 07:36

0.000Air Blank 07:37

# 1Subject Sample 07:38 Subject Test Refused

0.000Breath Volume 07:38

0.000Air Blank 07:39

0.077Control Test 07:39

0.000Air Blank 07:39

OKDiagnostics Check 07:40

Data Download Date/Time: 08/17/2023 04:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:31:1507/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:52

07:30

MIAMI-DADE PD

QUINTANA,J

01/05/2024

33321080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

DORCELY

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:24

0.000Air Blank 09:25

0.076Control Test 09:25

0.000Air Blank 09:25

# 1 0.072Subject Sample 09:26

1.664Breath Volume 09:26

0.000Air Blank 09:27

0.000Air Blank 09:28

# 2 0.078Subject Sample 09:29

1.878Breath Volume 09:29

0.000Air Blank 09:30

0.078Control Test 09:30

0.000Air Blank 09:31

OKDiagnostics Check 09:31

Data Download Date/Time: 08/17/2023 04:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:1207/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:34

MIAMI-DADE PD

DELGADO,M

01/05/2024

33321080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

ORTEZ GODOY

07/06/2023

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.077Control Test 03:14

0.000Air Blank 03:15

# 1 0.111Subject Sample 03:16

3.949Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:18

# 2 0.107Subject Sample 03:19

3.937Breath Volume 03:19

0.000Air Blank 03:20

0.076Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 08/17/2023 04:14

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:3107/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

19:28

Sarasota County SO

PIERSON,CORY

08/05/2024

15922080A4

Sarasota County SO

PIERSON,CORY,M

LEIGH

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.078Control Test 19:55

0.000Air Blank 19:56

# 1 0.121Subject Sample 19:56

2.292Breath Volume 19:56

Air Blank 19:57 RFI Detect

0.000Air Blank 19:57

0.079Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 07/27/2023 10:20

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:0907/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

19:28

Sarasota County SO

PIERSON,CORY

08/05/2024

15922080A4

Sarasota County SO

PIERSON,CORY,M

LEIGH

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.078Control Test 20:02

0.000Air Blank 20:03

# 1 0.124Subject Sample 20:04

2.605Breath Volume 20:04

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2 0.115Subject Sample 20:07

1.507Breath Volume 20:07

0.000Air Blank 20:08

0.077Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 07/27/2023 10:20

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:4107/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

20:14

Sarasota County SO

PIERSON,CORY

08/05/2024

15922080A4

Sarasota County SO

PIERSON,CORY,M

HEREDIA

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.078Control Test 20:39

0.000Air Blank 20:39

# 1 0.323Subject Sample 20:40

1.769Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.337Subject Sample 20:43

1.699Breath Volume 20:43

0.000Air Blank 20:43

0.079Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 07/27/2023 10:20

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:4307/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:47

Sarasota County SO

NERSTEN,DANIEL

08/05/2024

15922080A4

FHP Troop F

PIERSON,CORY,M

GARCIA

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:10

# 1 0.148Subject Sample 02:11

2.910Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2Subject Sample 02:14 RFI Detect

0.000Breath Volume 02:14

Air Blank 02:14 RFI Detect

0.000Air Blank 02:14

Data Download Date/Time: 07/27/2023 10:20

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:1407/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:47

Sarasota County SO

NERSTEN,DANIEL

08/05/2024

15922080A4

FHP Troop F

PIERSON,CORY,M

GARCIA

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.078Control Test 02:18

0.000Air Blank 02:18

# 1 0.161Subject Sample 02:19

3.484Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2Subject Sample 02:21 RFI Detect

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.078Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 07/27/2023 10:20

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:3807/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

19:03

Sarasota County SO

PIERSON,CORY

08/05/2024

15922080A4

Sarasota County SO

PIERSON,CORY,M

FOX-LOPEZ

06/23/2023

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:28

0.079Control Test 19:28

0.000Air Blank 19:29

# 1Subject Sample 19:29 RFI Detect

0.000Breath Volume 19:29

0.000Air Blank 19:29

0.078Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 07/27/2023 10:20

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:4407/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:10

20:10

FFWCC (SOUTH A)

MONTERO,NICHOLAS

07/29/2023

1355293

FFWCC (SOUTH A)

MONTERO,NICHOLAS,

GARICA

06/15/2023

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.078Control Test 20:59

0.000Air Blank 20:59

# 1 0.131Subject Sample 21:01

2.398Breath Volume 21:01

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.136Subject Sample 21:04

1.882Breath Volume 21:04

0.000Air Blank 21:04

0.076Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 07/20/2023 14:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:3807/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:08

20:30

FFWCC (SOUTH A)

RODRIGUEZ,ROBERTO

07/29/2023

1355293

FFWCC (SOUTH A)

MONTERO,NICHOLAS,

GARCIA

06/15/2023

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:35

0.000Air Blank 20:35

0.080Control Test 20:36

0.000Air Blank 20:36

# 1Subject Sample 20:37 Subject Test Refused

0.000Breath Volume 20:37

0.000Air Blank 20:37

0.079Control Test 20:38

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 07/20/2023 14:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:3407/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:25

22:25

FFWCC (SOUTH A)

HAYDEN,HANNA

07/29/2023

1355293

FFWCC (SOUTH A)

HAYDEN,HANNA,E

MEJAIS POWER

06/15/2023

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

# 1Subject Sample 23:17 Subject Test Refused

0.000Breath Volume 23:17

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 07/20/2023 14:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:4507/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:36

18:36

FFWCC (SOUTH A)

GUTIERREZ,DANIEL

07/29/2023

1355293

FFWCC (SOUTH A)

GUTIERREZ,DANIEL,F

MARTIN

06/15/2023

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:49

# 1Subject Sample 19:50 Subject Test Refused

0.000Breath Volume 19:50

0.000Air Blank 19:50

0.080Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 07/20/2023 14:06

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:2807/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:52

19:52

FFWCC (SOUTH A)

GUTIERREZ,DANIEL

02/05/2024

02422080A1

FFWCC (SOUTH A)

GUTIERREZ,DANIEL,F

CHIN

07/20/2023

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.079Control Test 20:37

0.000Air Blank 20:37

# 1Subject Sample 20:38 Subject Test Refused

0.000Breath Volume 20:38

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 08/24/2023 11:12

12 October 2023Printed:

COBRA ©1997-2014 CMI, Inc.


