
80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:1909/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

18:14

Satellite Beach PD

MALAGON,CHRISTOPHER

05/20/2024

1497672

Indian Harbour Beach

TRIEBELL,DON,R

BIANCO

08/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:06

0.000Air Blank 19:07

0.078Control Test 19:07

0.000Air Blank 19:07

# 1 0.218Subject Sample 19:11 Volume Not Met

0.875Breath Volume 19:11

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.232Subject Sample 19:15

1.429Breath Volume 19:15

0.000Air Blank 19:16

0.000Air Blank 19:18

# 3 0.226Subject Sample 19:21 Slope Not Level

1.402Breath Volume 19:21

0.000Air Blank 19:22

0.077Control Test 19:22

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 09/19/2023 19:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:1509/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

18:14

Satellite Beach PD

MALAGON,CHRISTOPHER

05/20/2024

1497672

Indian Harbour Beach

TRIEBELL,DON,R

BIANCO

08/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.075Control Test 19:27

0.000Air Blank 19:28

# 1 0.223Subject Sample 19:31 Volume Not Met

0.015Breath Volume 19:31

0.000Air Blank 19:32

0.000Air Blank 19:34

# 2 0.218Subject Sample 19:35

1.125Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:37

# 3 0.229Subject Sample 19:38

2.835Breath Volume 19:38

0.000Air Blank 19:39

0.075Control Test 19:39

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 09/19/2023 19:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1209/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:23

Satellite Beach PD

WRIGHT,TIMOTHY

05/20/2024

1497672

Satellite Beach PD

WRIGHT,TIMOTHY,A

GEHRKE

08/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.078Control Test 02:51

0.000Air Blank 02:52

# 1 0.197Subject Sample 02:53

1.695Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.199Subject Sample 02:58

2.601Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 09/19/2023 19:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:5809/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:17

Satellite Beach PD

WHITE,CHRISTOPHER

05/20/2024

1497672

Satellite Beach PD

WHITE,CHRISTOPHER,J

COYLE

08/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:52

# 1 0.000Subject Sample 03:52

2.597Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.000Subject Sample 03:55

1.863Breath Volume 03:55

0.000Air Blank 03:56

0.077Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 09/19/2023 19:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:5909/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

20:23

Satellite Beach PD

PROVENCHER,JOSHUA

05/20/2024

1497672

FHP Troop D

ANDERSON,ERIC,G

SCHMITZ

08/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.078Control Test 21:03

0.000Air Blank 21:03

# 1 0.231Subject Sample 21:04

1.578Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:06

# 2 0.237Subject Sample 21:07

1.570Breath Volume 21:07

0.000Air Blank 21:08

0.076Control Test 21:08

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 09/19/2023 19:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5609/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:00

Satellite Beach PD

MECCA,EDWARD

05/20/2024

1497672

Patrick AFB PD

WRIGHT,TIMOTHY,A

TESTA

08/18/2023

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

# 1 0.185Subject Sample 02:34

2.343Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.177Subject Sample 02:37

2.074Breath Volume 02:37

0.000Air Blank 02:38

0.077Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 09/19/2023 19:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:3409/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:01

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

PETITT

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.078Control Test 02:28

0.000Air Blank 02:28

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 09/06/2023 15:40

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:1609/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:15

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

LESTER

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.078Control Test 01:42

0.000Air Blank 01:42

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 09/06/2023 15:40

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:0009/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:51

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

SINCLAIR

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.079Control Test 00:18

0.000Air Blank 00:18

# 1 0.024Subject Sample 00:19

1.804Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:21

# 2 0.022Subject Sample 00:22

1.828Breath Volume 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:24

Data Download Date/Time: 09/06/2023 15:40

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:3409/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:23

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

PARIS DELMORAL

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.078Control Test 04:43

0.000Air Blank 04:43

# 1 0.080Subject Sample 04:44

3.238Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.077Subject Sample 04:47

2.925Breath Volume 04:47

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 09/06/2023 15:40

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:4309/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

18:01

Pinellas County SO

HIRSHMAN,B

04/11/2024

AG210103

Pinellas County SO

HIRSHMAN,BRIAN,

NASER

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.079Control Test 18:26

0.000Air Blank 18:26

# 1 0.084Subject Sample 18:27

2.121Breath Volume 18:27

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.085Subject Sample 18:30

2.003Breath Volume 18:30

0.000Air Blank 18:30

0.079Control Test 18:31

0.000Air Blank 18:31

OKDiagnostics Check 18:31

Data Download Date/Time: 09/06/2023 15:40

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:1909/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:43

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

COOPER

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:05

# 1 0.222Subject Sample 02:05

2.855Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.216Subject Sample 02:08

1.863Breath Volume 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 09/06/2023 15:40

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:3309/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:26

19:26

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

BURNS

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:52

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:53

# 1 0.114Subject Sample 19:53

1.667Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:56

# 2 0.105Subject Sample 19:57

1.953Breath Volume 19:57

0.000Air Blank 19:57

0.078Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 09/06/2023 15:40

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2209/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

03:23

Pinellas County SO

YEARGIN,DEP GENESIS

04/11/2024

AG210103

Pinellas County SO

YEARGIN,DEP GENESIS,

LLOYD

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.078Control Test 03:37

0.000Air Blank 03:38

# 1 0.187Subject Sample 03:38

2.050Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.190Subject Sample 03:41

2.144Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/18/2023 13:36

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1709/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:17

Pinellas County SO

CHURCHILL,CAMERON

04/11/2024

AG210103

Pinellas County SO

CHURCHILL,CAMERON,P

NGUYEN

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.079Control Test 00:37

0.000Air Blank 00:37

# 1Subject Sample 00:37 Subject Test Refused

0.000Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 10/18/2023 13:36

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4509/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

01:08

Pinellas County SO

BLAKE,LEVI

04/11/2024

AG210103

Pinellas County SO

BLAKE,LEVI,S

GRANT

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

# 1 0.158Subject Sample 01:31

2.046Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.159Subject Sample 01:34

3.183Breath Volume 01:34

0.000Air Blank 01:34

0.079Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 10/18/2023 13:36

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:4909/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:31

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

FULKERSON

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.078Control Test 02:54

0.000Air Blank 02:54

# 1 0.137Subject Sample 02:55

2.062Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.145Subject Sample 02:58

2.027Breath Volume 02:58

0.000Air Blank 02:58

0.079Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 10/18/2023 13:36

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:3909/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:17

Pinellas County SO

YEARGIN,DEP GENESIS

04/11/2024

AG210103

Pinellas County SO

YEARGIN,DEP GENESIS,

COLLETTE

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

# 1 0.185Subject Sample 01:46

3.769Breath Volume 01:46

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.181Subject Sample 01:49

2.863Breath Volume 01:49

0.000Air Blank 01:49

0.078Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4709/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:40

Pinellas County SO

YEARGIN,DEP GENESIS

04/11/2024

AG210103

Pinellas County SO

YEARGIN,DEP GENESIS,

SANCHEZ HERNANDEZ

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 03:00

0.000Air Blank 03:00

# 1 0.126Subject Sample 03:01

1.253Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.132Subject Sample 03:04

1.355Breath Volume 03:04

0.000Air Blank 03:04

0.079Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:3709/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

17:59

Pinellas County SO

CHURCHILL,CAMERON

04/11/2024

AG210103

Pinellas County SO

CHURCHILL,CAMERON,P

PETERSON

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:18

0.000Air Blank 18:18

0.079Control Test 18:19

0.000Air Blank 18:19

# 1 0.274Subject Sample 18:22 Volume Not Met

0.578Breath Volume 18:22

0.000Air Blank 18:23

0.000Air Blank 18:25

# 2 0.262Subject Sample 18:25

1.835Breath Volume 18:25

0.000Air Blank 18:26

0.000Air Blank 18:28

# 3 0.260Subject Sample 18:29

2.019Breath Volume 18:29

0.000Air Blank 18:29

0.077Control Test 18:30

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:2009/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:31

Pinellas County SO

LEWIS,JUNIOR

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

BAKER

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.079Control Test 21:11

0.000Air Blank 21:11

# 1 0.114Subject Sample 21:12

1.539Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.127Subject Sample 21:15

1.542Breath Volume 21:15

0.000Air Blank 21:16

0.078Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:1509/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:29

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

SHELLEY

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.079Control Test 20:47

0.000Air Blank 20:47

# 1Subject Sample 20:47 Subject Test Refused

0.000Breath Volume 20:47

0.000Air Blank 20:48

0.078Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:2809/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

00:01

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

HUFFMAN

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.078Control Test 00:26

0.000Air Blank 00:26

# 1 0.134Subject Sample 00:28

2.000Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.130Subject Sample 00:30

1.464Breath Volume 00:30

0.000Air Blank 00:31

0.078Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4409/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:52

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

FORTIER

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

# 1Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:4409/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:33

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

SANTCHOUGOVA

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

# 2 0.000Subject Sample 23:59

2.035Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.000Subject Sample 00:02

2.820Breath Volume 00:02

0.000Air Blank 00:02

0.079Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:3309/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:22

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

MITCHELL

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

# 1 0.120Subject Sample 00:53

1.320Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.123Subject Sample 00:57

1.347Breath Volume 00:57

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0609/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:15

Pinellas County SO

BLAKE,LEVI

04/11/2024

AG210103

Pinellas County SO

BLAKE,LEVI,S

DOYLE JR

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.078Control Test 02:31

0.000Air Blank 02:31

# 1 0.186Subject Sample 02:32

2.066Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:34

# 2 0.201Subject Sample 02:35

1.582Breath Volume 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:37

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:5109/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:53

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

LLOYD

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.078Control Test 22:21

0.000Air Blank 22:21

# 1 0.165Subject Sample 22:22

1.957Breath Volume 22:22

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.168Subject Sample 22:25

2.140Breath Volume 22:25

0.000Air Blank 22:25

0.078Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 10/18/2023 13:37

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:2009/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:59

Pinellas County SO

CHURCHILL,CAMERON

04/11/2024

AG210103

Pinellas County SO

CHURCHILL,CAMERON,P

FARNAN

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.078Control Test 01:16

0.000Air Blank 01:16

# 1 0.158Subject Sample 01:16

1.457Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.161Subject Sample 01:19

2.648Breath Volume 01:19

0.000Air Blank 01:20

0.078Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 10/18/2023 13:38

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:3009/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:46

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

ELLIS

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.078Control Test 02:06

0.000Air Blank 02:07

# 1 0.072Subject Sample 02:09

1.449Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.069Subject Sample 02:12

1.929Breath Volume 02:12

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 10/18/2023 13:38

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:5109/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:54

Pinellas County SO

BLAKE,LEVI

04/11/2024

AG210103

Pinellas County SO

BLAKE,LEVI,S

VIANA

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

# 1 0.092Subject Sample 01:12

2.750Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.093Subject Sample 01:16

2.261Breath Volume 01:16

0.000Air Blank 01:16

0.079Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 10/18/2023 13:38

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:5709/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:22

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

AYALA

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 10/18/2023 13:38

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:3109/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

21:24

Pinellas County SO

TEMPLE,ELIZABETH

04/11/2024

AG210103

Pinellas County SO

TEMPLE,ELIZABETH,R

HAY

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.078Control Test 21:48

0.000Air Blank 21:48

# 1Subject Sample 21:49 Subject Test Refused

0.000Breath Volume 21:49

0.000Air Blank 21:49

0.078Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 10/18/2023 13:38

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3109/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:56

Melbourne PD

VAZQUEZ,ANDREW

11/05/2023

23621080A2

Melbourne PD

VAZQUEZ,ANDREW,

DELGADO DELGADO

08/30/2023

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.080Control Test 01:44

0.000Air Blank 01:44

# 1 0.000Subject Sample 01:45

1.554Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.000Subject Sample 01:48

1.761Breath Volume 01:48

0.000Air Blank 01:48

0.077Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 09/17/2023 15:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3109/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:07

Melbourne PD

VAZQUEZ,ANDREW

11/05/2023

23621080A2

Melbourne PD

VAZQUEZ,ANDREW,

HENRY

08/30/2023

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

# 1 0.000Subject Sample 00:46

1.347Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.000Subject Sample 00:49

1.476Breath Volume 00:49

0.000Air Blank 00:49

0.078Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 09/17/2023 15:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0409/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:28

Indialantic PD

JONES,MARTYN

11/05/2023

23621080A2

Melbourne PD

BEAL,ADAM,M

DEPINA

08/30/2023

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

# 1 0.141Subject Sample 03:13

2.750Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:15

# 2 0.138Subject Sample 03:16

2.507Breath Volume 03:16

0.000Air Blank 03:17

0.078Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:18

Data Download Date/Time: 09/17/2023 15:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:0909/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:53

Indialantic PD

WEBER,DYLAN

11/05/2023

23621080A2

Brevard County SO

BEAL,ADAM,M

MOON

08/30/2023

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:39

# 1 0.205Subject Sample 03:40

3.679Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:42

# 2 0.206Subject Sample 03:43

4.714Breath Volume 03:43

0.000Air Blank 03:44

0.078Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 09/17/2023 15:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0809/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:56

West Melbourne PD

DIAZ,YENNIS

01/05/2025

33922080A1

Melbourne PD

O'CONNELL,WILLIAM,R

ABREU

08/19/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.081Control Test 03:35

0.000Air Blank 03:35

# 1 0.064Subject Sample 03:38

1.609Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.060Subject Sample 03:41

1.894Breath Volume 03:41

0.000Air Blank 03:42

0.078Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 09/03/2023 13:06

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5909/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:44

West Melbourne PD

JEAN-SIMON,STIVE

01/05/2025

33922080A1

West Melbourne PD

O'CONNELL,WILLIAM,R

BORRERO MERCADO

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

# 1 0.259Subject Sample 02:16

3.792Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.256Subject Sample 02:19

3.648Breath Volume 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 10/23/2023 19:11

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:0009/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:34

West Melbourne PD

DIAZ,Y

01/05/2025

33922080A1

Melbourne PD

LEONARD,B,

FLOYD

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.082Control Test 23:15

0.000Air Blank 23:16

# 1 0.000Subject Sample 23:16

3.281Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.000Subject Sample 23:19

3.113Breath Volume 23:19

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:21

Data Download Date/Time: 10/23/2023 19:11

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:1709/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:11

West Melbourne PD

BADIKYAN,D

01/05/2025

33922080A1

Melbourne PD

LEONARD,B,

HOUSTON

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

# 1 0.197Subject Sample 23:53

3.222Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:55

# 2 0.206Subject Sample 23:58

2.457Breath Volume 23:58

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 10/23/2023 19:11

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:0409/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:37

West Melbourne PD

WEBER,BRENDEN

01/05/2025

33922080A1

Brevard County SO

O'CONNELL,WILLIAM,R

VIGGIANO

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.081Control Test 22:16

0.000Air Blank 22:17

# 1 0.000Subject Sample 22:18

2.437Breath Volume 22:18

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.000Subject Sample 22:21

1.515Breath Volume 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:23

Data Download Date/Time: 10/23/2023 19:11

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:42:2909/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

11:13

West Melbourne PD

KENNEDY,JOSHUA

01/05/2025

33922080A1

West Melbourne PD

BUTLER,ADAM,S

TUDICH

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:40

0.000Air Blank 11:40

0.081Control Test 11:41

0.000Air Blank 11:41

# 1Subject Sample 11:42 Sequence Aborted

0.000Breath Volume 11:42

0.000Air Blank 11:42

Data Download Date/Time: 10/23/2023 19:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0409/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:47

West Melbourne PD

O'CONNELL,WILLIAM

01/05/2025

33922080A1

West Melbourne PD

O'CONNELL,WILLIAM,R

PHILBECK

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.082Control Test 02:20

0.000Air Blank 02:21

# 1 0.140Subject Sample 02:22

4.210Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:24

# 2 0.135Subject Sample 02:25

2.281Breath Volume 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:27

Data Download Date/Time: 10/23/2023 19:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4709/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:50

West Melbourne PD

DIAZ,Y

01/05/2025

33922080A1

Melbourne PD

LEONARD,B,

MCKOY

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.082Control Test 04:48

0.000Air Blank 04:49

# 1 0.139Subject Sample 04:50

1.476Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.134Subject Sample 04:53

1.128Breath Volume 04:53

0.000Air Blank 04:53

0.081Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 10/23/2023 19:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0409/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:51

West Melbourne PD

WOLF,STEVEN

01/05/2025

33922080A1

West Melbourne PD

KAPLAN,MICHAEL,J

HARTSELLE

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

# 1 0.135Subject Sample 01:14

2.960Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.134Subject Sample 01:17

2.378Breath Volume 01:17

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:19

Data Download Date/Time: 10/23/2023 19:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:00:0209/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:27

09:45

Melbourne PD

OTTO,ALISON

01/05/2025

33922080A1

Melbourne PD

OTTO,ALISON,

GOBERT

09/03/2023

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:53

0.000Air Blank 10:53

0.081Control Test 10:53

0.000Air Blank 10:54

# 1 0.027Subject Sample 10:55

1.582Breath Volume 10:55

0.000Air Blank 10:56

0.000Air Blank 10:58

# 2 0.027Subject Sample 10:58

1.472Breath Volume 10:58

0.000Air Blank 10:59

0.080Control Test 10:59

0.000Air Blank 10:59

OKDiagnostics Check 11:00

Data Download Date/Time: 10/23/2023 19:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:2109/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:33

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

TRIMBOLI,MELANIE,M

BURNETT

08/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.077Control Test 19:41

0.000Air Blank 19:42

# 1 0.222Subject Sample 19:42

1.906Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.216Subject Sample 19:45

2.320Breath Volume 19:45

0.000Air Blank 19:46

0.077Control Test 19:46 Interferent Detect

0.000Air Blank 19:47

Data Download Date/Time: 09/27/2023 13:25

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:4809/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

22:27

Palm Bay PD

FERINO,WESLEY

12/05/2023

28021080A3

Palm Bay PD

FERINO,WESLEY,G

ALLEN

08/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.079Control Test 22:39

0.000Air Blank 22:39

# 1 0.000Subject Sample 22:40

1.843Breath Volume 22:40

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.000Subject Sample 22:43

1.980Breath Volume 22:43

0.000Air Blank 22:43

0.079Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 09/27/2023 13:25

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:5309/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

23:10

Palm Bay PD

NEILL,MICHAEL

12/05/2023

28021080A3

Brevard County SO

TRIMBOLI,MELANIE,M

SEEPERSAD

08/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:38

# 1 0.149Subject Sample 23:38

2.667Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2Subject Sample 23:42 Interferent Detect

2.937Breath Volume 23:42

0.000Air Blank 23:42

0.078Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 09/27/2023 13:25

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:2009/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

23:10

Palm Bay PD

NEILL,MICHAEL

12/05/2023

28021080A3

Brevard County SO

TRIMBOLI,MELANIE,M

SEEPERSAD

08/28/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:49

# 1 0.149Subject Sample 23:49

2.757Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2Subject Sample 23:52 Interferent Detect

2.753Breath Volume 23:52

0.000Air Blank 23:53

0.078Control Test 23:53 Interferent Detect

0.000Air Blank 23:54

Data Download Date/Time: 09/27/2023 13:25

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:5609/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:26

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

FUSARO

09/27/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:33

0.079Control Test 19:33

0.000Air Blank 19:34

# 1 0.043Subject Sample 19:34

1.800Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.041Subject Sample 19:37

1.804Breath Volume 19:37

0.000Air Blank 19:37

0.078Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 10/28/2023 14:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:3909/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

19:13

Palm Bay PD

LUTZ,EDWIN

12/05/2023

28021080A3

Palm Bay PD

LUTZ,EDWIN,J

FERRANTE

09/27/2023

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:43

0.079Control Test 19:43

0.000Air Blank 19:43

# 1 0.000Subject Sample 19:44

4.113Breath Volume 19:44

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.000Subject Sample 19:47

4.187Breath Volume 19:47

0.000Air Blank 19:47

0.080Control Test 19:48

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 10/28/2023 14:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:3809/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:37

BREVARD COUNTY SO

BLASSINGAME,PAUL

11/05/2023

25721080A2

ROCKLEDGE PD

LAKEMAN,TAYLOR,J

SCHWAB

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:16

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:18

0.082Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3109/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:06

BREVARD COUNTY SO

FEDRO,DARIEN

11/05/2023

25721080A2

BREVARD COUNTY SO

WEIDNER,CODY,M

WEBER

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.082Control Test 02:42

0.000Air Blank 02:42

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:43

0.082Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:3009/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:37

BREVARD COUNTY SO

GONZALEZ,ARIEL

11/05/2023

25721080A2

ROCKLEDGE PD

ELLIOTT,NATHANIEL,M

GUILES

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.081Control Test 02:36

0.000Air Blank 02:37

# 1 0.164Subject Sample 02:37

2.503Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.174Subject Sample 02:40

3.253Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:3409/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:15

BREVARD COUNTY SO

HITCHCOCK,LUCAS

11/05/2023

25721080A2

BREVARD COUNTY SO

VILLACRES,NICHOLAS,J

NEWCOMER

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.081Control Test 05:16

0.000Air Blank 05:16

# 1 0.126Subject Sample 05:17

1.281Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.125Subject Sample 05:21

1.457Breath Volume 05:21

0.000Air Blank 05:21

0.082Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:0609/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:33

BREVARD COUNTY SO

HITCHCOCK,LUCAS

11/05/2023

25721080A2

BREVARD COUNTY SO

FOUNTAIN,DALE,R

HERNANDEZ

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.082Control Test 02:08

0.000Air Blank 02:09

# 1 0.232Subject Sample 02:09

3.640Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:11

# 2 0.215Subject Sample 02:12

2.132Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:0409/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

16:59

BREVARD COUNTY SO

SCHULZE,JOSEPH

11/05/2023

25721080A2

BREVARD COUNTY SO

JONES,PAYTON,A

ZACHAS

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:17

0.082Control Test 19:17

0.000Air Blank 19:18

# 1 0.000Subject Sample 19:18

3.070Breath Volume 19:18

0.000Air Blank 19:19

0.000Air Blank 19:21

# 2 0.000Subject Sample 19:21

3.097Breath Volume 19:21

0.000Air Blank 19:22

0.081Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:23

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:1409/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:36

BREVARD COUNTY SO

DUMMER,LUKE

11/05/2023

25721080A2

TITUSVILLE PD

FOUNTAIN,DALE,R

PRINCE

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.083Control Test 23:40

0.000Air Blank 23:40

# 1 0.000Subject Sample 23:41

3.218Breath Volume 23:41

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.000Subject Sample 23:43

3.000Breath Volume 23:43

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:3009/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:22

BREVARD COUNTY SO

PROCISE,D

11/05/2023

25721080A2

MELBOURNE PD

ADAMS,T,J

BARAJAS GARCIA

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.081Control Test 04:33

0.000Air Blank 04:34

# 1 0.135Subject Sample 04:35

1.621Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.133Subject Sample 04:37

1.722Breath Volume 04:37

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1509/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:21

BREVARD COUNTY SO

SCHOENER,ANDREW

11/05/2023

25721080A2

BREVARD COUNTY SO

ELLIOTT,NATHANIEL,M

LIVINGSTON

08/15/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.082Control Test 03:25

0.000Air Blank 03:25

# 1 0.089Subject Sample 03:26

1.386Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.082Subject Sample 03:29

1.335Breath Volume 03:29

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 09/21/2023 08:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:1709/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:11

BREVARD COUNTY SO

THOMPSON,RICHARD

11/05/2023

25721080A2

BREVARD COUNTY SO

FARRAGHER,THOMAS,J

GORMAN

09/21/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

# 1 0.173Subject Sample 02:06

1.632Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.172Subject Sample 02:09

2.125Breath Volume 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 10/17/2023 09:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4509/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

04:11

BREVARD COUNTY SO

CHAIREZ,DAVID

11/05/2023

25721080A2

BREVARD COUNTY SO

LAKEMAN,TAYLOR,J

KINSMAN

09/21/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:59

# 1Subject Sample 04:59 RFI Detect

0.000Breath Volume 04:59

0.000Air Blank 04:59

0.082Control Test 05:00

Air Blank 05:00 RFI Detect

0.000Air Blank 05:00

Data Download Date/Time: 10/17/2023 09:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:1009/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

04:11

BREVARD COUNTY SO

CHAIREZ,DAVID

11/05/2023

25721080A2

BREVARD COUNTY SO

LAKEMAN,TAYLOR,J

KINSMAN

09/21/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.082Control Test 05:03

0.000Air Blank 05:04

# 1 0.218Subject Sample 05:04

2.355Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.202Subject Sample 05:07

2.304Breath Volume 05:07

0.000Air Blank 05:08

0.080Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 10/17/2023 09:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:2209/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:49

BREVARD COUNTY SO

SCHOENER,ANDREW

11/05/2023

25721080A2

BREVARD COUNTY SO

LAKEMAN,TAYLOR,J

FARROW

09/21/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.082Control Test 05:30

0.000Air Blank 05:31

# 1 0.093Subject Sample 05:32

2.234Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.093Subject Sample 05:35

2.667Breath Volume 05:35

0.000Air Blank 05:36

0.082Control Test 05:36

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 10/17/2023 09:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2109/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:17

BREVARD COUNTY SO

SCHOENER,ANDREW

11/05/2023

25721080A2

BREVARD COUNTY SO

ELLIOTT,NATHANIEL,M

PRICE

09/21/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.081Control Test 02:30

0.000Air Blank 02:30

# 1 0.000Subject Sample 02:30

2.503Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.000Subject Sample 02:33

2.496Breath Volume 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 10/17/2023 09:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:3609/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:58

BREVARD COUNTY SO

HAMM,M

11/05/2023

25721080A2

BREVARD COUNTY SO

CHAMBERLAIN,JOSHUA,L

MEIJA REYES

09/21/2023

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:19

0.082Control Test 21:19

0.000Air Blank 21:19

# 1 0.264Subject Sample 21:22

1.882Breath Volume 21:22

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.259Subject Sample 21:24

1.433Breath Volume 21:24

0.000Air Blank 21:25

0.079Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 10/17/2023 09:35

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:2209/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:58

Coconut Creek Pub Sf

HENRY,GAVIN

02/10/2025

402357111

Coconut Creek Pub Sf

HENRY,GAVIN,O

MONCAYO-RIVERA

08/30/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.081Control Test 00:47

0.000Air Blank 00:48

# 1Subject Sample 00:49 Subject Test Refused

0.000Breath Volume 00:49

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 09/28/2023 17:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:0909/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:17

Coconut Creek Pub Sf

RODRIGUEZ,ETHAN

02/10/2025

402357111

Coconut Creek Pub Sf

DUFFEY,KYLE,

MIRANDAOBANDO

08/30/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:14

# 1 0.235Subject Sample 22:14

3.312Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.217Subject Sample 22:17

2.566Breath Volume 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 09/28/2023 17:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:0109/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:31

Coconut Creek Pub Sf

VALDEZ,ANTHONY

02/10/2025

402357111

Coral Springs PD

BAKER,MICHAEL,C

AGUIRRE VALENCIA

08/30/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.080Control Test 21:00

0.000Air Blank 21:00

# 1 0.114Subject Sample 21:02

2.558Breath Volume 21:02

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.103Subject Sample 21:05

1.156Breath Volume 21:05

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:07

Data Download Date/Time: 09/28/2023 17:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:1609/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:47

Coconut Creek Pub Sf

JENNINGS,LUKE

02/10/2025

402357111

Coral Springs PD

BAKER,MICHAEL,C

WORDSWORTH

08/30/2023

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.078Control Test 02:45

0.000Air Blank 02:45

# 1 0.177Subject Sample 02:45

1.468Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.175Subject Sample 02:48

1.785Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 09/28/2023 17:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2009/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:20

Jacksonville SO

LUGO,R

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

BROWN

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:30

# 1 0.133Subject Sample 22:30

3.019Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.133Subject Sample 22:33

3.246Breath Volume 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 10/25/2023 09:29

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:2609/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

02:59

Jacksonville SO

ULYSSE,S

02/05/2025

01923080A4

Jacksonville SO

MEDINA,G,

ALCINORD

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:23

# 1 0.132Subject Sample 04:24

1.226Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:26

# 2 0.132Subject Sample 04:27

1.835Breath Volume 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 10/25/2023 09:29

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:3509/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:13

Jacksonville SO

DURHAM,C

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

BRADSHAW

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.081Control Test 22:51

0.000Air Blank 22:52

# 1Subject Sample 22:52 Subject Test Refused

0.000Breath Volume 22:52

0.000Air Blank 22:52

0.082Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:1209/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

02:30

Jacksonville SO

WHISMAN,N

02/05/2025

01923080A4

Jacksonville SO

FRAGOMENI,G,D

MEDINA

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.081Control Test 04:20

0.000Air Blank 04:20

# 1 0.216Subject Sample 04:21

1.554Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:23

# 2 0.210Subject Sample 04:24

1.949Breath Volume 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:2309/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:39

Jacksonville SO

DESOUZA,A

02/05/2025

01923080A4

Jacksonville SO

POWELL,EDWARD,A

KIRBY

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:24

0.081Control Test 05:24

0.000Air Blank 05:25

# 1 0.073Subject Sample 05:25

3.164Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.071Subject Sample 05:28

3.105Breath Volume 05:28

0.000Air Blank 05:29

0.082Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:3709/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

17:10

Jacksonville SO

HILLIER,J

02/05/2025

01923080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

COLLIER

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.082Control Test 19:36

0.000Air Blank 19:36

# 1 0.069Subject Sample 19:37

1.867Breath Volume 19:37

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.069Subject Sample 19:40

2.535Breath Volume 19:40

0.000Air Blank 19:40

0.081Control Test 19:40

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:4809/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:18

Jacksonville SO

LOKMIC,S

02/05/2025

01923080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

GAMBLE

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.082Control Test 22:48

0.000Air Blank 22:49

# 1Subject Sample 22:49 Subject Test Refused

0.000Breath Volume 22:49

0.000Air Blank 22:49

0.081Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:0709/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:30

Jacksonville SO

JOHNS,B

02/05/2025

01923080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

GRISBY

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

# 1 0.168Subject Sample 01:22

2.070Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.156Subject Sample 01:25

1.687Breath Volume 01:25

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:0709/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:19

Jacksonville SO

MELTON,C

02/05/2025

01923080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

BANEGAS JIMENEZ

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.082Control Test 05:36

0.000Air Blank 05:36

# 1 0.145Subject Sample 05:37

1.742Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:39

# 2 0.138Subject Sample 05:40

1.812Breath Volume 05:40

0.000Air Blank 05:41

0.082Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:4709/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:22

15:10

Jacksonville SO

JOHNS,B

02/05/2025

01923080A4

Jacksonville SO

WOOD,JAMES,G

TORRES

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:07

0.000Air Blank 18:08

0.082Control Test 18:08

0.000Air Blank 18:09

# 1Subject Sample 18:09 Subject Test Refused

0.000Breath Volume 18:09

0.000Air Blank 18:09

0.082Control Test 18:10

0.000Air Blank 18:10

OKDiagnostics Check 18:10

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1309/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

23:00

Jacksonville SO

HILLIER,J

02/05/2025

01923080A4

Jacksonville SO

TROTIER,PAUL,F

WHITNEY

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1 0.000Subject Sample 01:33

1.171Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.000Subject Sample 01:37

1.308Breath Volume 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:5409/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:59

12:50

Jacksonville SO

JOHNS,B

02/05/2025

01923080A4

Jacksonville SO

WOOD,JAMES,G

THOMPSON

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:56

0.000Air Blank 17:57

0.082Control Test 17:57

0.000Air Blank 17:58

# 1Subject Sample 17:58 Subject Test Refused

0.000Breath Volume 17:58

0.000Air Blank 17:58

0.082Control Test 17:59

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0209/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

21:40

Jacksonville SO

LOKMIC,S

02/05/2025

01923080A4

Jacksonville SO

TROTIER,PAUL,F

MURZIC

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:16

# 1Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:18

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:4309/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

16:29

Jacksonville SO

LUGO,R

02/05/2025

01923080A4

Jacksonville SO

GRIFFIN,J,D

ORDONEZ DOMINGO

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:30

0.081Control Test 18:31

0.000Air Blank 18:31

# 1Subject Sample 18:32 Subject Test Refused

0.000Breath Volume 18:32

0.000Air Blank 18:32

0.082Control Test 18:33

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:3409/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:28

Jacksonville SO

THOMPSON,A

02/05/2025

01923080A4

Jacksonville SO

ROCOURT,NIA-NICOLE,L

STUDY

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.082Control Test 01:58

0.000Air Blank 01:59

# 1Subject Sample 02:02 No Sample Provided

0.000Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2Subject Sample 02:05 Subject Test Refused

0.000Breath Volume 02:05

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:0809/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:45

Jacksonville SO

LUGO,R

02/05/2025

01923080A4

Jacksonville SO

WAY,L,

BRUNOESPIOZA

09/19/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.082Control Test 21:06

0.000Air Blank 21:07

# 1Subject Sample 21:07 Subject Test Refused

0.000Breath Volume 21:07

0.000Air Blank 21:08

0.082Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 10/25/2023 09:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:4209/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:48

Coral Springs PD

KENNY,MICHAEL

11/05/2024

26422080A1

Coral Springs PD

PEREZ,ERIC,R

COLON

08/18/2023

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.081Control Test 04:44

0.000Air Blank 04:44

# 1 0.166Subject Sample 04:45

3.156Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.165Subject Sample 04:48

2.628Breath Volume 04:48

0.000Air Blank 04:48

0.080Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 09/22/2023 15:26

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5509/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:12

Coral Springs PD

JENNINGS,LUKE

11/05/2024

26422080A1

Coral Springs PD

WAYE,MAKINA,A

MORALES

08/18/2023

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.144Subject Sample 01:07

1.339Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2 0.149Subject Sample 01:10

1.726Breath Volume 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 09/22/2023 15:26

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:14:4709/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

06:06

Coral Springs PD

MARTIN,AUSTIN

11/05/2024

26422080A1

Coral Springs PD

SCOTT,BRODY,A

LEWIS

08/18/2023

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:06

0.000Air Blank 07:06

0.080Control Test 07:07

0.000Air Blank 07:07

# 1 0.205Subject Sample 07:08

2.429Breath Volume 07:08

0.000Air Blank 07:08

0.000Air Blank 07:10

# 2 0.192Subject Sample 07:13

3.265Breath Volume 07:13

0.000Air Blank 07:13

0.081Control Test 07:14

0.000Air Blank 07:14

OKDiagnostics Check 07:14

Data Download Date/Time: 09/22/2023 15:26

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:4309/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:33

Nassau County SO

JACKSON,R

11/05/2024

26422080A1

Nassau County SO

MONTES,JOSEAS,I

MYERS

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:34

0.080Control Test 18:35

0.000Air Blank 18:35

# 1Subject Sample 18:38 Subject Test Refused

0.000Breath Volume 18:38

0.000Air Blank 18:38

0.079Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4509/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:30

Nassau County SO

WOODS,W

11/05/2024

26422080A1

Nassau County SO

WILKES,B,T

MYLETT

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:39

0.000Air Blank 00:39

# 1 0.334Subject Sample 00:40

3.320Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.345Subject Sample 00:43

2.445Breath Volume 00:43

0.000Air Blank 00:43

0.079Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2709/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:38

Nassau County SO

PERALTA,C

11/05/2024

26422080A1

Nassau County SO

SNEAD,C,M

KARPEL

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

# 1 0.057Subject Sample 01:36

1.164Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.060Subject Sample 01:39

1.144Breath Volume 01:39

0.000Air Blank 01:40

0.078Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:1709/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

10:19

Nassau County SO

TERRY,A

11/05/2024

26422080A1

Nassau County SO

MILLER,C,A

BAYDO

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.080Control Test 22:57

0.000Air Blank 22:57

# 1 0.079Subject Sample 22:58

3.953Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.077Subject Sample 23:00

5.035Breath Volume 23:00

0.000Air Blank 23:01

0.075Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:0409/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:52

Nassau County SO

VASQUEZ,M

11/05/2024

26422080A1

Nassau County SO

MONTES,J,I

BATES

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:08

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4309/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:40

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

MILLER,C,A

DROST

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

# 1Subject Sample 03:06 No Sample Provided

0.000Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2Subject Sample 03:12 No Sample Provided

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.080Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2209/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:10

Nassau County SO

KNIGHT,G

11/05/2024

26422080A1

Nassau County SO

MONTES,JOSEAS,I

JOHNSON

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

# 1 0.221Subject Sample 02:31

1.664Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.220Subject Sample 02:35

1.875Breath Volume 02:35

0.000Air Blank 02:36

0.077Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:1809/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:39

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

JEFFERSON,ALI,S

TODD

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

# 1Subject Sample 03:46 Subject Test Refused

0.000Breath Volume 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:0309/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

21:01

Nassau County SO

WOODS,W

11/05/2024

26422080A1

Nassau County SO

DAVIS,B,A

RAYBURN

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:09

# 1 0.000Subject Sample 22:11

2.027Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.000Subject Sample 22:14

2.140Breath Volume 22:14

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:15

OKDiagnostics Check 22:16

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:3009/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:55

Nassau County SO

WOODS,W

11/05/2024

26422080A1

Nassau County SO

SNEAD,CODY,M

MEAD

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

# 1 0.235Subject Sample 01:39

1.695Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.247Subject Sample 01:42

1.230Breath Volume 01:42

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1509/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:11

Nassau County SO

WOODS,W

11/05/2024

26422080A1

Nassau County SO

WILKES,B,T

NELSON

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.000Subject Sample 03:00

1.683Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.000Subject Sample 03:03

2.230Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:0709/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:04

Nassau County SO

BARNES,DAMEON

11/05/2024

26422080A1

Nassau County SO

JEFFERSON,ALI,S

FISHER

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.080Control Test 22:02

0.000Air Blank 22:03

# 1Subject Sample 22:03 Subject Test Refused

0.000Breath Volume 22:03

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 09/23/2023 11:41

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3109/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:18

Nassau County SO

BERNETTE,B

11/05/2024

26422080A1

Nassau County SO

MILLER,C,A

CASTO

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

# 1 0.118Subject Sample 03:14

3.054Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.110Subject Sample 03:16

2.511Breath Volume 03:16

0.000Air Blank 03:17

0.078Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 09/23/2023 11:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:5409/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:45

Nassau County SO

HUTCHERSON,D

11/05/2024

26422080A1

Nassau County SO

HINSON,J,M

VENDITTI

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:45

0.079Control Test 17:46

0.000Air Blank 17:46

# 1 0.000Subject Sample 17:47

3.808Breath Volume 17:47

Air Blank 17:47 Improper Sample

0.000Air Blank 17:47

0.079Control Test 17:48

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 09/23/2023 11:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:5809/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:45

Nassau County SO

HUTCHERSON,D

11/05/2024

26422080A1

Nassau County SO

HINSON,J,M

VENDITTI

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:51

0.000Air Blank 17:52

0.080Control Test 17:52

0.000Air Blank 17:52

# 1 0.000Subject Sample 17:53

2.324Breath Volume 17:53

0.000Air Blank 17:54

0.000Air Blank 17:56

# 2 0.000Subject Sample 17:56

3.636Breath Volume 17:56

0.000Air Blank 17:57

0.079Control Test 17:57

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 09/23/2023 11:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:4509/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

21:34

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

TIPPINS,C,L

BISHOP

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1 0.094Subject Sample 22:57

3.343Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.090Subject Sample 23:00

2.582Breath Volume 23:00

0.000Air Blank 23:00

0.081Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 09/23/2023 11:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4709/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:35

Nassau County SO

BROWN,K

11/05/2024

26422080A1

Nassau County SO

BLOUNT,J,M

LITGEN

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.080Control Test 02:28

0.000Air Blank 02:28

# 1 0.196Subject Sample 02:30

3.242Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.190Subject Sample 02:33

3.238Breath Volume 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 09/23/2023 11:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4009/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:12

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

TIPPINS,C,L

PARRISH

08/22/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:41

# 1 0.104Subject Sample 04:42

2.601Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.104Subject Sample 04:45

1.886Breath Volume 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 09/23/2023 11:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1209/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:16

Nassau County SO

BURNETTE,B

11/05/2024

26422080A1

Nassau County SO

BLOUNT,J,M

EDWARDS

09/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.079Control Test 01:16

0.000Air Blank 01:16

# 1 0.231Subject Sample 01:17

2.371Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.233Subject Sample 01:20

2.371Breath Volume 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 10/22/2023 21:43

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3809/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:43

Nassau County SO

MCDONALD,D

11/05/2024

26422080A1

Nassau County SO

BLOUNT,J,M

ROMINE

09/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

# 1 0.130Subject Sample 02:35

3.355Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.131Subject Sample 02:39

3.421Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 10/22/2023 21:43

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:1309/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:27

Nassau County SO

COUMALATSOS,D

11/05/2024

26422080A1

Nassau County SO

WILKES,B,T

SARDUY

09/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

# 1 0.154Subject Sample 02:28

1.148Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.155Subject Sample 02:31

1.796Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 10/22/2023 21:43

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3909/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:35

Nassau County SO

WOODS,W

11/05/2024

26422080A1

Nassau County SO

WILKES,B,T

MCDANIEL

09/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.091Subject Sample 03:34

1.226Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.099Subject Sample 03:37

1.246Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 10/22/2023 21:43

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:1609/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:00

Nassau County SO

JOHNSON,A

11/05/2024

26422080A1

Nassau County SO

WILKES,B,T

RIBEIRO

09/23/2023

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.080Control Test 22:20

0.000Air Blank 22:20

# 1 0.099Subject Sample 22:22

1.531Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.095Subject Sample 22:25

1.628Breath Volume 22:25

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 10/22/2023 21:43

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:3509/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:53

Lakeland PD

RIGGALL,NICHOLAS

04/05/2025

06723080A5

Lakeland PD

RIGGALL,NICHOLAS,S

MCCLENDON

09/25/2023

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.079Control Test 03:32

0.000Air Blank 03:32

# 1 0.076Subject Sample 03:33

2.515Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.080Subject Sample 03:36

2.609Breath Volume 03:36

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 10/30/2023 09:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:3509/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:39

Lakeland PD

WILSON,KALEB

04/05/2025

06723080A5

Lakeland PD

WILSON,KALEB,R

URENA

09/25/2023

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.080Control Test 22:20

0.000Air Blank 22:20

# 1 0.193Subject Sample 22:21

1.699Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.181Subject Sample 22:25

1.136Breath Volume 22:25

0.000Air Blank 22:25

0.078Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 10/30/2023 09:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3909/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:26

Hollywood PD

BENINCASA,V

12/07/2024

402290677

Hollywood PD

BENINCASA,V,F

TRIVEDI

08/02/2023

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.077Control Test 03:17

0.000Air Blank 03:18

# 1 0.212Subject Sample 03:18

1.339Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.187Subject Sample 03:24 Volume Not Met

0.781Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:26

# 3 0.159Subject Sample 03:30 Volume Not Met

0.386Breath Volume 03:30

0.000Air Blank 03:30

0.076Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 09/06/2023 12:54

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:48:3109/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:04

06:35

Hollywood PD

BENINCASA,VINCENT

12/07/2024

402290677

Hollywood PD

BENINCASA,VINCENT,F

SALDANA LEON

09/06/2023

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:34

0.000Air Blank 07:34

0.075Control Test 07:34

0.000Air Blank 07:35

# 1 0.220Subject Sample 07:37

3.015Breath Volume 07:37

0.000Air Blank 07:37

0.000Air Blank 07:39

# 2Subject Sample 07:42 No Sample Provided

0.000Breath Volume 07:42

0.000Air Blank 07:43

0.000Air Blank 07:45

# 3 0.217Subject Sample 07:46

2.996Breath Volume 07:46

0.000Air Blank 07:47

0.074Control Test 07:47 Control Outside Tolerance

0.000Air Blank 07:48

Data Download Date/Time: 10/04/2023 12:17

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:0009/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:02

Hollywood PD

PIERCE,J

12/07/2024

402290677

Hollywood PD

BENINCASA,V,F

RODRIGUEZ

09/06/2023

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.077Control Test 23:41

0.000Air Blank 23:41

# 1 0.088Subject Sample 23:42

1.929Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.090Subject Sample 23:45

1.445Breath Volume 23:45

0.000Air Blank 23:46

0.076Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:47

Data Download Date/Time: 10/04/2023 12:17

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:57:1709/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:21

14:32

Hollywood PD

EMERENCIANO,MATHEUS

12/07/2024

402290677

Hollywood PD

DIAZ,CARLOS,A

FORGIONIS

09/06/2023

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:51

0.000Air Blank 15:51

0.076Control Test 15:51

0.000Air Blank 15:52

# 1 0.304Subject Sample 15:52

2.449Breath Volume 15:52

0.000Air Blank 15:53

0.000Air Blank 15:55

# 2 0.308Subject Sample 15:55

1.101Breath Volume 15:55

0.000Air Blank 15:56

0.077Control Test 15:56

0.000Air Blank 15:57

OKDiagnostics Check 15:57

Data Download Date/Time: 10/04/2023 12:17

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:3709/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:45

Tarpon Springs PD

INSALACO,K

02/05/2025

01923080A3

Tarpon Springs PD

GIBSON,JOHN,

WALKER

09/13/2023

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.079Control Test 23:44

0.000Air Blank 23:44

# 1 0.000Subject Sample 23:46

1.855Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.000Subject Sample 23:50

1.652Breath Volume 23:50

0.000Air Blank 23:50

0.080Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 11/01/2023 09:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:2609/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:59

Tarpon Springs PD

BROWN,J

02/05/2025

01923080A3

Tarpon Springs PD

BROWN,J,F

LEONARD

09/13/2023

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.080Control Test 20:31

0.000Air Blank 20:32

# 1Subject Sample 20:35 No Sample Provided

0.000Breath Volume 20:35

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2Subject Sample 20:41 No Sample Provided

0.000Breath Volume 20:41

0.000Air Blank 20:41

0.080Control Test 20:41

0.000Air Blank 20:42

OKDiagnostics Check 20:42

Data Download Date/Time: 11/01/2023 09:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:0809/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:14

Tarpon Springs PD

BRISENO,N

02/05/2025

01923080A3

Tarpon Springs PD

BROWN,J,F

WARGIN

09/13/2023

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.080Control Test 04:42

0.000Air Blank 04:43

# 1 0.168Subject Sample 04:44

1.539Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.164Subject Sample 04:47

1.421Breath Volume 04:47

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 11/01/2023 09:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:0009/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:22

Tarpon Springs PD

HAZIME,S

02/05/2025

01923080A3

Tarpon Springs PD

HAZIME,S,

PARKER

09/13/2023

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

# 1 0.000Subject Sample 02:06

2.421Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.000Subject Sample 02:09

2.441Breath Volume 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:11

Data Download Date/Time: 11/01/2023 09:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:4809/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:46

17:29

Tarpon Springs PD

TRINIDAD,MICHAEL

02/05/2025

01923080A3

Tarpon Springs PD

TRINIDAD,MICHAEL,E

JOYCE

09/13/2023

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.080Control Test 18:14

0.000Air Blank 18:15

# 1Subject Sample 18:15 Subject Test Refused

0.000Breath Volume 18:15

0.000Air Blank 18:15

0.079Control Test 18:16

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 11/01/2023 09:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:1709/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:47

Tarpon Springs PD

BRISENO,N

02/05/2025

01923080A3

Tarpon Springs PD

HAZIME,S,

MILLS

09/13/2023

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.079Control Test 01:26

0.000Air Blank 01:26

# 1 0.124Subject Sample 01:27

3.101Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.115Subject Sample 01:30

1.925Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 11/01/2023 09:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3809/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:55

Pinellas County SO

HIRSHMAN,B

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

REED

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

# 1Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.081Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 09/06/2023 14:59

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:1109/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:14

19:18

Pinellas County SO

MITCHELL,ALEXANDRA

10/25/2024

AG229803

Pinellas County SO

MITCHELL,ALEXANDRA,

MOGLE

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.080Control Test 19:35

0.000Air Blank 19:36

# 1 0.000Subject Sample 19:36

2.503Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.000Subject Sample 19:39

2.113Breath Volume 19:39

0.000Air Blank 19:40

0.080Control Test 19:40

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 09/06/2023 14:59

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:3909/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

19:17

Pinellas County SO

HANSEN,D

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

AULAKH

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:45

0.080Control Test 19:46

0.000Air Blank 19:46

# 1 0.111Subject Sample 19:47

1.316Breath Volume 19:47

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.107Subject Sample 19:50

1.402Breath Volume 19:50

0.000Air Blank 19:50

0.080Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 09/06/2023 14:59

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:1009/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:30

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

DEARMOND

08/16/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

# 1Subject Sample 01:55 Subject Test Refused

0.000Breath Volume 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 09/06/2023 14:59

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5709/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:22

Pinellas County SO

GRAHAM,D

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,B,

VOJNAR

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:46

# 1 0.164Subject Sample 02:47

1.882Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.161Subject Sample 02:50

1.863Breath Volume 02:50

Air Blank 02:50 RFI Detect

0.000Air Blank 02:50

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:5709/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:38

Pinellas County SO

LEWIS,JUNIOR

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

HOWE

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:05

0.081Control Test 23:05

0.000Air Blank 23:06

# 1 0.133Subject Sample 23:06

1.210Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.134Subject Sample 23:09

1.230Breath Volume 23:09

0.000Air Blank 23:10

0.081Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:2309/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:34

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

MCLAURIN

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 01:59

# 1Subject Sample 01:59 Subject Test Refused

0.000Breath Volume 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1409/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

04:01

Pinellas County SO

CHURCHILL,CAMERON

10/25/2024

AG229803

Pinellas County SO

CHURCHILL,CAMERON,P

MAREI

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.080Control Test 04:19

0.000Air Blank 04:19

# 1 0.172Subject Sample 04:20

2.117Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.175Subject Sample 04:23

2.191Breath Volume 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0109/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:10

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

BOWMAN

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45 Interferent Detect

0.000Air Blank 02:46

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:3009/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:23

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

SONNTAG

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:46

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:5409/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:56

Pinellas County SO

LUNDH,DEP

10/25/2024

AG229803

Pinellas County SO

LUNDH,DEP,K

ZIEGENBEIN

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.081Control Test 04:09

0.000Air Blank 04:09

# 1 0.148Subject Sample 04:10

1.707Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:12

# 2 0.145Subject Sample 04:13

1.382Breath Volume 04:13

0.000Air Blank 04:13

0.080Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:3309/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

00:02

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

GURGANUS

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

# 1Subject Sample 01:01 Subject Test Refused

0.000Breath Volume 01:01

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:1109/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:56

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

BUTTRICK

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:58

0.000Air Blank 00:58

# 1Subject Sample 00:58 Subject Test Refused

0.000Breath Volume 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:0609/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

02:05

Pinellas County SO

BEWS,TYLER

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

RODRIGUEZ

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:29

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:0709/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:15

Pinellas County SO

MULLINS,JOHN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

SPENCER

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

# 1 0.157Subject Sample 02:53

2.109Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.154Subject Sample 02:56

1.781Breath Volume 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5909/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:49

Pinellas County SO

BLAKE,LEVI

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

ABRAHAM ARROYO

09/06/2023

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

# 1 0.030Subject Sample 03:16

1.945Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.029Subject Sample 03:19

1.109Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 10/18/2023 14:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:4109/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:20

Clearwater PD

HERNANDEZ,IVAN

06/05/2025

08223080A4

Clearwater PD

HERNANDEZ,IVAN,

GRIMMER

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.078Control Test 22:51

0.000Air Blank 22:51

# 1 0.196Subject Sample 22:53

2.027Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.195Subject Sample 22:59

1.964Breath Volume 22:59

0.000Air Blank 22:59

0.078Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:3209/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:16

Clearwater PD

RAY,CASEY

06/05/2025

08223080A4

Clearwater PD

KROLICK,ALEX,M

PORRAS

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

# 2 0.128Subject Sample 23:58

2.542Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.121Subject Sample 00:01

2.933Breath Volume 00:01

0.000Air Blank 00:02

0.077Control Test 00:02

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:4209/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:44

Clearwater PD

CURCIO,ANTHONY

06/05/2025

08223080A4

Clearwater PD

CURCIO,ANTHONY,P

VEGA

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.078Control Test 00:21

0.000Air Blank 00:21

# 1 0.250Subject Sample 00:22

1.207Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.228Subject Sample 00:27 Volume Not Met

0.250Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 3 0.258Subject Sample 00:31

1.695Breath Volume 00:31

0.000Air Blank 00:31

0.076Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:3009/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:25

Clearwater PD

SZWAKOP,M

06/05/2025

08223080A4

Clearwater PD

BUIS,JUSTIN,

RODIGUEZ

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.077Control Test 01:13

0.000Air Blank 01:13

# 1 0.000Subject Sample 01:14

3.417Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.000Subject Sample 01:17

1.589Breath Volume 01:17

0.000Air Blank 01:17

0.078Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:5809/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

04:20

Clearwater PD

BUIS,JUSTIN

06/05/2025

08223080A4

Clearwater PD

BUIS,JUSTIN,

VERA

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

# 1 0.000Subject Sample 04:33

2.214Breath Volume 04:33

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.000Subject Sample 04:36

2.328Breath Volume 04:36

0.000Air Blank 04:37

0.078Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:0809/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:21

Clearwater PD

YEATES,SCOTT

06/05/2025

08223080A4

Clearwater PD

YEATES,SCOTT,W

ORTEGA

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.078Control Test 01:00

0.000Air Blank 01:01

# 1 0.132Subject Sample 01:02

1.359Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.135Subject Sample 01:05

1.125Breath Volume 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:0409/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:22

17:15

Clearwater PD

LIGHTFOOT,LANE

06/05/2025

08223080A4

Clearwater PD

CURCIO,ANTHONY,P

GOMBORONE

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:42

0.000Air Blank 17:42

0.079Control Test 17:43

0.000Air Blank 17:43

# 1 0.241Subject Sample 17:44

1.457Breath Volume 17:44

0.000Air Blank 17:45

0.000Air Blank 17:47

# 2 0.247Subject Sample 17:47

1.886Breath Volume 17:47

0.000Air Blank 17:48

0.078Control Test 17:48

0.000Air Blank 17:48

OKDiagnostics Check 17:49

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3709/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:35

Clearwater PD

HERNANDEZ,IVAN

06/05/2025

08223080A4

Clearwater PD

HERNANDEZ,IVAN,

FITZPATRICK

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.077Control Test 03:52

0.000Air Blank 03:52

# 1 0.136Subject Sample 03:53

2.589Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.133Subject Sample 03:56

2.753Breath Volume 03:56

0.000Air Blank 03:56

0.078Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:2009/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

19:34

Clearwater PD

YEATES,SCOTT

06/05/2025

08223080A4

Clearwater PD

YEATES,SCOTT,W

THOMAS

08/24/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:20

0.079Control Test 20:20

0.000Air Blank 20:21

# 1 0.058Subject Sample 20:23

1.203Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.056Subject Sample 20:26

1.167Breath Volume 20:26

0.000Air Blank 20:27

0.078Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 09/27/2023 18:53

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:3109/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:52

Clearwater PD

YEATES,SCOTT

06/05/2025

08223080A4

Clearwater PD

YEATES,SCOTT,W

AGUILAR

09/27/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:05 No Sample Provided

0.000Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2Subject Sample 02:11 No Sample Provided

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 10/27/2023 14:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5009/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:16

Clearwater PD

PERRY,M

06/05/2025

08223080A4

Clearwater PD

GILES,OFFICER,G

RAMOS

09/27/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.078Control Test 01:00

0.000Air Blank 01:01

# 1 0.000Subject Sample 01:01

1.808Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.000Subject Sample 01:04

1.894Breath Volume 01:04

0.000Air Blank 01:04

0.078Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 10/27/2023 14:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1009/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:17

Clearwater PD

BUIS,JUSTIN

06/05/2025

08223080A4

Clearwater PD

BUIS,JUSTIN,

WALSH

09/27/2023

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.078Control Test 23:50

0.000Air Blank 23:51

# 1 0.100Subject Sample 23:51

3.109Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.093Subject Sample 23:54

1.914Breath Volume 23:54

0.000Air Blank 23:55

0.078Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 10/27/2023 14:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:3609/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

02:21

Jacksonville SO

WHISMAN,N

05/05/2024

07622080A3

Jacksonville SO

SULLIVAN,J,S

TEART

08/17/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.082Control Test 04:24

0.000Air Blank 04:24

# 1Subject Sample 04:25 Subject Test Refused

0.000Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 09/19/2023 11:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1509/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:00

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

LEBRON

08/17/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.081Control Test 23:42

0.000Air Blank 23:42

# 1 0.064Subject Sample 23:43

1.734Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:45

# 2 0.066Subject Sample 23:46

1.105Breath Volume 23:46

0.000Air Blank 23:47

0.079Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 09/19/2023 11:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:4909/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

03:45

Jacksonville SO

ISIC,D

05/05/2024

07622080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

CARDENAS RAMIREZ

08/17/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.080Control Test 05:53

0.000Air Blank 05:53

# 1 0.137Subject Sample 05:54

3.007Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:56

# 2 0.141Subject Sample 05:57

2.753Breath Volume 05:57

0.000Air Blank 05:57

0.079Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 09/19/2023 11:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:1709/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

02:26

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

JACOX

08/17/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.081Control Test 04:33

0.000Air Blank 04:34

# 1 0.119Subject Sample 04:34

2.031Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.120Subject Sample 04:37

1.433Breath Volume 04:37

0.000Air Blank 04:38

0.081Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 09/19/2023 11:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:1409/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

21:50

Jacksonville SO

HIXSON,C

05/05/2024

07622080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

DYER

08/17/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.081Control Test 23:49

0.000Air Blank 23:49

# 1 0.000Subject Sample 23:50

1.675Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.000Subject Sample 23:53

2.031Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 09/19/2023 11:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:1009/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:02

Clay County SO

RONQUILLE,M

05/05/2024

07622080A2

Clay County SO

DAVIS,J,M

FISSEL

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:53

# 1 0.184Subject Sample 01:54

3.015Breath Volume 01:54

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.189Subject Sample 01:57

2.460Breath Volume 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 09/24/2023 14:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1409/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

21:09

Clay County SO

BROWN,H

05/05/2024

07622080A2

FHP Troop G

MARTIN,M,T

TODD

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.078Control Test 23:52

0.000Air Blank 23:53

# 1 0.000Subject Sample 23:53

1.441Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.000Subject Sample 23:56

1.425Breath Volume 23:56

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 09/24/2023 14:20

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4309/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

23:40

Clay County SO

FREHULFER,S

05/05/2024

07622080A2

Orange Park PD

MOSLEY,J,C

SPENNER

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:42

# 1 0.133Subject Sample 02:43

2.125Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.128Subject Sample 02:46

1.621Breath Volume 02:46

0.000Air Blank 02:46

0.077Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:0209/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:54

Clay County SO

CROSBY,C

05/05/2024

07622080A2

Clay County SO

DAVIS,J,M

ZAWACKY

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.078Control Test 04:58

0.000Air Blank 04:58

# 1Subject Sample 05:02 No Sample Provided

0.000Breath Volume 05:02

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2Subject Sample 05:04 Subject Test Refused

0.000Breath Volume 05:04

0.000Air Blank 05:05

0.078Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:06

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:0309/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:10

Clay County SO

GOODE,T

05/05/2024

07622080A2

FHP Troop G

MARTIN,M,T

HARJUNG

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.078Control Test 01:19

0.000Air Blank 01:19

# 1Subject Sample 01:22 No Sample Provided

0.000Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.077Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:27

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1609/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:14

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERRO,J

HALE

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.077Control Test 03:02

0.000Air Blank 03:03

# 1Subject Sample 03:06 No Sample Provided

0.000Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:09

0.078Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:5809/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:02

Clay County SO

JONES,NATHAN

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERRO,J

BOLLINGER

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.078Control Test 00:34

0.000Air Blank 00:34

# 1 0.000Subject Sample 00:35

2.187Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.000Subject Sample 00:38

1.898Breath Volume 00:38

0.000Air Blank 00:39

0.078Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:30:5109/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

10:25

Clay County SO

ELIAS,T

05/05/2024

07622080A2

Clay County SO

KELLY,JOHN,P

STRICKLAND

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:15

0.000Air Blank 11:16

0.078Control Test 11:16

0.000Air Blank 11:17

# 1Subject Sample 11:20 No Sample Provided

0.000Breath Volume 11:20

0.000Air Blank 11:20

0.000Air Blank 11:22

# 2 0.428Subject Sample 11:25 No .020 agreement

1.964Breath Volume 11:25

0.000Air Blank 11:25

0.000Air Blank 11:27

# 3 0.405Subject Sample 11:29 No .020 agreement

1.113Breath Volume 11:29

0.000Air Blank 11:29

0.076Control Test 11:30

0.000Air Blank 11:30

OKDiagnostics Check 11:30

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:5509/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:01

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

DEMOTT

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.078Control Test 20:08

0.000Air Blank 20:08

# 1Subject Sample 20:11 No Sample Provided

0.000Breath Volume 20:11

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2Subject Sample 20:14 Subject Test Refused

0.000Breath Volume 20:14

0.000Air Blank 20:15

0.078Control Test 20:15

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:5109/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:45

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

VILLARIN,M,D

GRANT

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.078Control Test 23:36

0.000Air Blank 23:36

# 1 0.000Subject Sample 23:37

1.667Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.000Subject Sample 23:41

1.386Breath Volume 23:41

0.000Air Blank 23:41

0.079Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4309/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:47

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

VILLARIN,M,D

KERSEY

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.078Control Test 03:25

0.000Air Blank 03:25

# 1 0.009Subject Sample 03:26

4.472Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.009Subject Sample 03:29

3.992Breath Volume 03:29

0.000Air Blank 03:29

0.078Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:3909/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:30

Clay County SO

GELSOMINO,M

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERRO,J

HACHEZ

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:05

# 1Subject Sample 00:08 No Sample Provided

0.000Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2Subject Sample 00:11 Subject Test Refused

0.000Breath Volume 00:11

0.000Air Blank 00:11

0.078Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4709/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:54

Clay County SO

CARBONE,P

05/05/2024

07622080A2

Clay County SO

VILLARIN,M,D

SIEBOLD

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.078Control Test 03:48

0.000Air Blank 03:48

# 1 0.192Subject Sample 03:49

1.917Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.198Subject Sample 03:52

3.648Breath Volume 03:52

0.000Air Blank 03:52

0.078Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:1109/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:20

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

NEUBAUER,J,

MIRANDA

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.077Control Test 00:09

0.000Air Blank 00:10

# 1 0.172Subject Sample 00:10

1.175Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.174Subject Sample 00:13

2.011Breath Volume 00:13

0.000Air Blank 00:14

0.078Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:2109/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:30

Clay County SO

GELSOMINO,M

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERO,J

WILBUR

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:20

# 1Subject Sample 00:23 No Sample Provided

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:26

0.078Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:31:0809/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

09:00

Clay County SO

TBER,T

05/05/2024

07622080A2

FHP Troop G

MCKENZIE,A,E

THOMPSON

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:24

0.000Air Blank 10:25

0.078Control Test 10:25

0.000Air Blank 10:25

# 1 0.180Subject Sample 10:26

1.992Breath Volume 10:26

0.000Air Blank 10:27

0.000Air Blank 10:29

# 2 0.175Subject Sample 10:29

2.371Breath Volume 10:29

0.000Air Blank 10:30

0.077Control Test 10:30

0.000Air Blank 10:31

OKDiagnostics Check 10:31

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0409/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:35

Clay County SO

GELSOMINO,M

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERRO,J

LEVONITIS

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.077Control Test 00:18

0.000Air Blank 00:18

# 1 0.080Subject Sample 00:19

2.246Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.079Subject Sample 00:23

3.480Breath Volume 00:23

0.000Air Blank 00:24

0.077Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:25

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:3809/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:28

Clay County SO

MCKELVAIN,D

05/05/2024

07622080A2

Orange Park PD

NEUBAUER,J,

WALBURG

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.071Control Test 21:03 Control Outside Tolerance

0.000Air Blank 21:03

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:2909/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:28

Clay County SO

MCKELVAIN,D

05/05/2024

07622080A2

Orange Park PD

NEUBAUER,J,

WALBURG

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.075Control Test 21:06

0.000Air Blank 21:07

# 1 0.000Subject Sample 21:10 Volume Not Met

0.222Breath Volume 21:10

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2 0.000Subject Sample 21:16 Volume Not Met

0.917Breath Volume 21:16

0.000Air Blank 21:16

0.077Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3209/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:07

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

MARTIN,M,T

GONZALEZ

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.077Control Test 03:50

0.000Air Blank 03:50

# 1Subject Sample 03:53 No Sample Provided

0.000Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.077Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 09/24/2023 14:21

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4409/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:28

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

MOSLEY,J,C

MURPHY

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.077Control Test 00:36

0.000Air Blank 00:37

# 1 0.088Subject Sample 00:38

1.847Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.081Subject Sample 00:43

1.335Breath Volume 00:43

0.000Air Blank 00:43

0.078Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 09/24/2023 14:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:1609/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:50

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERRO,J

WATFORD

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.078Control Test 22:42

0.000Air Blank 22:42

# 1 0.203Subject Sample 22:43

1.667Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.202Subject Sample 22:47

1.152Breath Volume 22:47

0.000Air Blank 22:48

0.078Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 09/24/2023 14:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4909/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:30

Clay County SO

JONES,N

05/05/2024

07622080A2

Clay County SO

VILLARIN,M,D

MINORICS

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.078Control Test 00:28

0.000Air Blank 00:29

# 1 0.179Subject Sample 00:31

1.175Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.171Subject Sample 00:35

1.851Breath Volume 00:35

0.000Air Blank 00:35

0.078Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 09/24/2023 14:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4709/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:02

Clay County SO

GELSOMINO,M

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERRO,J

HAYWARD

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.078Control Test 01:47

0.000Air Blank 01:47

# 1Subject Sample 01:50 No Sample Provided

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/24/2023 14:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:48:0909/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:15

11:36

Clay County SO

RULON,N

05/05/2024

07622080A2

Green Cove Springs

KELLY,JOHN,P

COLEMAN

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:39

0.000Air Blank 12:40

0.077Control Test 12:40

0.000Air Blank 12:41

# 1 0.232Subject Sample 12:43

1.621Breath Volume 12:43

0.000Air Blank 12:43

0.000Air Blank 12:45

# 2 0.232Subject Sample 12:46

2.683Breath Volume 12:46

0.000Air Blank 12:47

0.077Control Test 12:47

0.000Air Blank 12:48

OKDiagnostics Check 12:48

Data Download Date/Time: 09/24/2023 14:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:0509/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:25

Clay County SO

GELSOMINO,M

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERRO,J

CORREIA

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:12

# 1Subject Sample 02:15 No Sample Provided

0.000Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 09/24/2023 14:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:09:3809/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:40

07:17

Clay County SO

SKEEN,J

05/05/2024

07622080A2

Clay County SO

SIDDERS,R,M

BLAIR

08/26/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:02

0.000Air Blank 08:03

0.079Control Test 08:03

0.000Air Blank 08:04

# 1 0.000Subject Sample 08:05

3.062Breath Volume 08:05

0.000Air Blank 08:05

0.000Air Blank 08:07

# 2 0.000Subject Sample 08:08

3.453Breath Volume 08:08

0.000Air Blank 08:08

0.078Control Test 08:09

0.000Air Blank 08:09

OKDiagnostics Check 08:09

Data Download Date/Time: 09/24/2023 14:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:4609/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:13

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

DAVIS,J,M

CASSELL

09/24/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.079Control Test 03:35

0.000Air Blank 03:35

# 1 0.092Subject Sample 03:37

1.238Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.087Subject Sample 03:41

1.382Breath Volume 03:41

0.000Air Blank 03:41

0.077Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 10/23/2023 07:29

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3709/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:00

Clay County SO

FROST,KEVIN

05/05/2024

07622080A2

FHP Troop G

JACKLEY,CORDERRO,J

BREVALDO

09/24/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

# 1Subject Sample 04:07 No Sample Provided

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.078Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 10/23/2023 07:29

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:5909/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

21:04

Clay County SO

TALIAFERRO,J

05/05/2024

07622080A2

Clay County SO

JACKLEY,CORDERRO,J

DYNE

09/24/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.077Control Test 23:42

0.000Air Blank 23:43

# 1Subject Sample 23:46 No Sample Provided

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2Subject Sample 23:49 Subject Test Refused

0.000Breath Volume 23:49

0.000Air Blank 23:50

0.078Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 10/23/2023 07:29

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:2009/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:31

Clay County SO

RONQUILLE,K

05/05/2024

07622080A2

Clay County SO

DAVIS,J,M

GARCIA

09/24/2023

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:27

# 1Subject Sample 22:30 No Sample Provided

0.000Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2Subject Sample 22:32 Subject Test Refused

0.000Breath Volume 22:32

0.000Air Blank 22:33

0.078Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 10/23/2023 07:29

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:3709/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:53

Dade City PD

SERRANO,VICENTE

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

POZO-IGLESIAS

08/19/2023

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.078Control Test 00:34

0.000Air Blank 00:35

# 1 0.188Subject Sample 00:36

3.656Breath Volume 00:36

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.187Subject Sample 00:39

2.617Breath Volume 00:39

0.000Air Blank 00:39

0.077Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 09/24/2023 11:04

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:2509/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:46

Dade City PD

SERRANO,VICENTE

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

ENRIQUEZ-OLIVERA

08/19/2023

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.077Control Test 21:25

0.000Air Blank 21:25

# 1 0.000Subject Sample 21:26

1.105Breath Volume 21:26

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.000Subject Sample 21:30

2.105Breath Volume 21:30

0.000Air Blank 21:30

0.078Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 09/24/2023 11:04

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:4109/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:08

Dade City PD

SERRANO,VICENTE

11/05/2023

25721080A2

Dade City PD

AMATRUDA,CHRIS,G

GUERRERO

09/18/2023

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.078Control Test 23:31

0.000Air Blank 23:32

# 1 0.080Subject Sample 23:33

1.804Breath Volume 23:33

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.084Subject Sample 23:36

2.023Breath Volume 23:36

0.000Air Blank 23:36

0.077Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 10/16/2023 14:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:07:5809/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:39

11:26

Hardee County SO

CONN,CHRISTOPHER

06/24/2025

402477283

Hardee County SO

LANE,MELVIN,

LLOYD

08/31/2023

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:01

0.000Air Blank 13:01

0.080Control Test 13:02

0.000Air Blank 13:02

# 1 0.294Subject Sample 13:03

4.250Breath Volume 13:03

0.000Air Blank 13:04

0.000Air Blank 13:05

# 2 0.295Subject Sample 13:06

3.832Breath Volume 13:06

0.000Air Blank 13:07

0.079Control Test 13:07

0.000Air Blank 13:07

OKDiagnostics Check 13:07

Data Download Date/Time: 09/27/2023 23:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:3309/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:44

Hardee County SO

REYES,VERONICA

06/24/2025

402477283

Hardee County SO

DELHOMME,MAXON,N

GOMEZ

08/31/2023

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

# 1 0.115Subject Sample 23:47

3.039Breath Volume 23:47

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.111Subject Sample 23:50

3.121Breath Volume 23:50

0.000Air Blank 23:50

0.078Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 09/27/2023 23:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0309/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:23

Hardee County SO

HERNANDEZ,ANGELICA

06/24/2025

402477283

Hardee County SO

MONEY,MARY,L

BAKER

08/31/2023

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.103Subject Sample 03:11

1.406Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.105Subject Sample 03:14

3.562Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:16

Data Download Date/Time: 09/27/2023 23:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:1109/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:40

Hardee County SO

SMITH,DUSTIN

06/24/2025

402477283

Bowling Green PD

MONEY,MARY,L

MARTINEZ

08/31/2023

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:40

# 1 0.260Subject Sample 20:41

2.015Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:43

# 2 0.259Subject Sample 20:44

2.125Breath Volume 20:44

0.000Air Blank 20:45

0.077Control Test 20:45

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 09/27/2023 23:42

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5009/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:04

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

GALAN

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.079Control Test 01:39

0.000Air Blank 01:39

# 1Subject Sample 01:42 No Sample Provided

0.000Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.079Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 09/05/2023 08:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:2309/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:50

St. Petersburg PD

SEAY, III,KENNETH

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

RYLEY, JR

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

# 1Subject Sample 23:39 No Sample Provided

0.000Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2Subject Sample 23:42 Subject Test Refused

0.000Breath Volume 23:42

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 09/05/2023 08:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:3309/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:52

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

HICKS JR

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:29

# 1 0.000Subject Sample 00:29

2.437Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.000Subject Sample 00:32

2.605Breath Volume 00:32

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 09/05/2023 08:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:5609/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:18

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

RICH

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:07

# 1Subject Sample 02:09 RFI Detect

0.000Breath Volume 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 09/05/2023 08:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:1409/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:18

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

RICH

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.078Control Test 02:13

0.000Air Blank 02:13

# 1 0.079Subject Sample 02:14

1.433Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.080Subject Sample 02:17

2.097Breath Volume 02:17

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 09/05/2023 08:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5809/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:55

St. Petersburg PD

SEAY, III,KENNETH

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

MAJERCZAK

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.079Control Test 02:43

0.000Air Blank 02:43

# 1 0.191Subject Sample 02:44

1.207Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.212Subject Sample 02:47

1.773Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 3 0.212Subject Sample 02:50

1.496Breath Volume 02:50

0.000Air Blank 02:51

0.072Control Test 02:51 Control Outside Tolerance

0.000Air Blank 02:51

Data Download Date/Time: 09/05/2023 08:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:2509/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:09

St. Petersburg PD

WILLMES,AUSTIN

06/05/2024

08622080A1

St. Petersburg PD

WILLMES,AUSTIN,J

AHMED

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.078Control Test 04:56

0.000Air Blank 04:56

# 1 0.105Subject Sample 04:57

1.687Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.112Subject Sample 05:00

1.804Breath Volume 05:00

0.000Air Blank 05:01

0.078Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 09/05/2023 08:29

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:19:5709/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:51

05:15

St. Petersburg PD

BOWERS,ETHAN

06/05/2024

08622080A1

St. Petersburg PD

KLINE,NICOLE,S

LYONS

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:12

0.000Air Blank 06:12

0.078Control Test 06:12

0.000Air Blank 06:13

# 1 0.174Subject Sample 06:15

1.980Breath Volume 06:15

0.000Air Blank 06:15

0.000Air Blank 06:17

# 2 0.165Subject Sample 06:18

1.144Breath Volume 06:18

0.000Air Blank 06:19

0.077Control Test 06:19

0.000Air Blank 06:19

OKDiagnostics Check 06:19

Data Download Date/Time: 09/05/2023 08:30

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:18:1309/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:42

07:21

St. Petersburg PD

LENAHAN,RYAN

06/05/2024

08622080A1

St. Petersburg PD

CLARK,BRENT,D

GULLEY

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:12

0.000Air Blank 08:12

0.079Control Test 08:13

0.000Air Blank 08:13

# 1 0.138Subject Sample 08:14

2.800Breath Volume 08:14

0.000Air Blank 08:15

0.000Air Blank 08:17

# 2Subject Sample 08:17 RFI Detect

0.000Breath Volume 08:17

Air Blank 08:17 RFI Detect

0.000Air Blank 08:18

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:27:1009/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:42

07:21

St. Petersburg PD

LENAHAN,RYAN

06/05/2024

08622080A1

St. Petersburg PD

CLARK,BRENT,D

GULLEY

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:20

0.000Air Blank 08:21

0.078Control Test 08:21

0.000Air Blank 08:21

# 1 0.133Subject Sample 08:22

2.156Breath Volume 08:22

0.000Air Blank 08:23

0.000Air Blank 08:24

# 2 0.139Subject Sample 08:25

2.710Breath Volume 08:25

0.000Air Blank 08:26

0.078Control Test 08:26

0.000Air Blank 08:27

OKDiagnostics Check 08:27

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:1609/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:15

St. Petersburg PD

SEAY, III,KENNETH

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

MOELLER

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.078Control Test 01:01

0.000Air Blank 01:01

# 1 0.140Subject Sample 01:04

1.355Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:06

# 2 0.126Subject Sample 01:07

1.343Breath Volume 01:07

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2309/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:11

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

BOLING

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:4409/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:54

18:42

St. Petersburg PD

CHOUINARD,MITCHELL

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

GUTIERREZ

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.079Control Test 19:16

0.000Air Blank 19:17

# 1 0.236Subject Sample 19:19

1.242Breath Volume 19:19

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.199Subject Sample 19:25 Volume Not Met

0.136Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:28

# 3 0.219Subject Sample 19:31 Volume Not Met

0.199Breath Volume 19:31

0.000Air Blank 19:31

0.078Control Test 19:32

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:4709/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:54

18:42

St. Petersburg PD

CHOUINARD,MITCHELL

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

GUTIERREZ

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:34

0.077Control Test 19:35

0.000Air Blank 19:35

# 1 0.226Subject Sample 19:39

1.558Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.228Subject Sample 19:42

1.273Breath Volume 19:42

0.000Air Blank 19:42

0.076Control Test 19:43

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:2309/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:49

St. Petersburg PD

CHOUINARD,MITCHELL

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

BYRD

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:41

# 1 0.000Subject Sample 23:42

1.687Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.000Subject Sample 23:45

1.949Breath Volume 23:45

0.000Air Blank 23:45

0.078Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:3909/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:52

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

ANDERSON

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.078Control Test 00:29

0.000Air Blank 00:29

# 1Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:30

0.079Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2609/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:05

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

SCHWEIGER IV

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

# 1Subject Sample 02:49 No Sample Provided

0.000Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2Subject Sample 02:55 No Sample Provided

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:36:3209/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

14:53

St. Petersburg PD

HINES,PAUL

06/05/2024

08622080A1

St. Petersburg PD

HINES,PAUL,M

BUNN

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:33

0.000Air Blank 15:33

0.078Control Test 15:34

0.000Air Blank 15:34

# 1Subject Sample 15:35 Subject Test Refused

0.000Breath Volume 15:35

0.000Air Blank 15:35

0.078Control Test 15:35

0.000Air Blank 15:36

OKDiagnostics Check 15:36

Data Download Date/Time: 09/27/2023 08:50

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:14:5809/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:48

13:22

St. Petersburg PD

MCCULLOUGH,SEAN

06/05/2024

08622080A1

St. Petersburg PD

MCCULLOUGH,SEAN,J

BOSSHARD

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:09

0.000Air Blank 14:09

0.079Control Test 14:09

0.000Air Blank 14:10

# 1 0.000Subject Sample 14:10

4.976Breath Volume 14:10

0.000Air Blank 14:11

0.000Air Blank 14:13

# 2 0.000Subject Sample 14:13

4.660Breath Volume 14:13

0.000Air Blank 14:14

0.079Control Test 14:14

0.000Air Blank 14:14

OKDiagnostics Check 14:14

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:4309/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:31

St. Petersburg PD

MCKINNON,CHRISTIAN

06/05/2024

08622080A1

St. Petersburg PD

HORRIGAN,MATTHEW,D

CONROY

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:18

0.079Control Test 20:18

0.000Air Blank 20:19

# 1Subject Sample 20:22 No Sample Provided

0.000Breath Volume 20:22

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2Subject Sample 20:25 Subject Test Refused

0.000Breath Volume 20:25

0.000Air Blank 20:25

0.078Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0209/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:38

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

WALKER

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.078Control Test 02:24

0.000Air Blank 02:25

# 1Subject Sample 02:25 Subject Test Refused

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.078Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:27

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:4009/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:15

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

MARTINEAU,ARIC,J

POSTON

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.078Control Test 20:52

0.000Air Blank 20:53

# 1Subject Sample 20:54 Subject Test Refused

0.000Breath Volume 20:54

0.000Air Blank 20:54

0.080Control Test 20:55

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:0509/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

23:17

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

MARTINEAU,ARIC,J

MUNDELLA

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:25

# 1 0.000Subject Sample 23:26

1.996Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.000Subject Sample 23:29

2.460Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:31

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4309/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:27

St. Petersburg PD

BOWERS,E

06/05/2024

08622080A1

St. Petersburg PD

CHRISTENSEN,S,R

CRAMER

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1 0.254Subject Sample 01:19

2.734Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.268Subject Sample 01:22

3.105Breath Volume 01:22

0.000Air Blank 01:22

0.077Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:4509/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:11

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

MARTINEAU,ARIC,J

PAGE

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.079Control Test 01:58

0.000Air Blank 01:58

# 1Subject Sample 02:01 No Sample Provided

0.000Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0809/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:33

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

DIXON

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:11

# 1Subject Sample 02:14 No Sample Provided

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.078Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:40:2609/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:13

09:34

St. Petersburg PD

CLARK,B

06/05/2024

08622080A1

St. Petersburg PD

LENAHAN,RYAN,P

SPINELLI

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:33

0.000Air Blank 10:34

0.078Control Test 10:34

0.000Air Blank 10:35

# 1 0.000Subject Sample 10:36

3.234Breath Volume 10:36

0.000Air Blank 10:36

0.000Air Blank 10:38

# 2 0.000Subject Sample 10:39

3.398Breath Volume 10:39

0.000Air Blank 10:39

0.077Control Test 10:39

0.000Air Blank 10:40

OKDiagnostics Check 10:40

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3509/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:10

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

MARTINEAU,ARIC,J

JOHNSON

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:48

# 1 0.100Subject Sample 01:51

1.597Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.099Subject Sample 01:57 Volume Not Met

1.093Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 3 0.098Subject Sample 02:03

1.691Breath Volume 02:03

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:0109/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:04

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

ROGERS

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.079Control Test 23:59

0.000Air Blank 00:00

# 1 0.107Subject Sample 00:00

1.640Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.107Subject Sample 00:03

1.136Breath Volume 00:03

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:05

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0909/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:08

St. Petersburg PD

THOMAS,KRISTEN

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

MATHEWS

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.078Control Test 02:48

0.000Air Blank 02:48

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:49

0.078Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:4109/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:11

St. Petersburg PD

THOMAS,KRISTEN

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

GREEN

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

# 1Subject Sample 01:33 No Sample Provided

0.000Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2Subject Sample 01:39 No Sample Provided

0.000Breath Volume 01:39

0.000Air Blank 01:39

0.079Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:2709/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

22:55

St. Petersburg PD

HOBART,C

06/05/2024

08622080A1

St. Petersburg PD

GODERICH,KRISTINA,

BURCHILL

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.080Control Test 23:59

0.000Air Blank 23:59

# 1 0.000Subject Sample 00:00

3.023Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.000Subject Sample 00:03

2.160Breath Volume 00:03

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4809/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:00

St. Petersburg PD

BOWERS,ETHAN

06/05/2024

08622080A1

St. Petersburg PD

KLINE,NICOLE,S

MARTINEZ

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.078Control Test 03:58

0.000Air Blank 03:58

# 1 0.122Subject Sample 03:59

3.476Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.127Subject Sample 04:02

2.980Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:0709/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:42

St. Petersburg PD

SEAY, III,KENNETH

06/05/2024

08622080A1

St. Petersburg PD

SEAY, III,KENNETH,M

HUCKFELDT

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:42

0.079Control Test 18:42

0.000Air Blank 18:43

# 1 0.232Subject Sample 18:43

2.734Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.225Subject Sample 18:46

2.667Breath Volume 18:46

0.000Air Blank 18:47

0.077Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2609/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:26

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

SPECHT

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:24

# 1Subject Sample 01:27 No Sample Provided

0.000Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.065Subject Sample 01:31

2.269Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 3 0.067Subject Sample 01:34

1.691Breath Volume 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 09/27/2023 08:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:4109/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:20

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

FEAR

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:55

0.080Control Test 21:56

0.000Air Blank 21:56

# 1Subject Sample 21:59 No Sample Provided

0.000Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:02

# 2Subject Sample 22:05 No Sample Provided

0.000Breath Volume 22:05

0.000Air Blank 22:05

0.079Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 09/27/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:4509/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:43

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

LEON

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:38

# 1Subject Sample 23:38 Subject Test Refused

0.000Breath Volume 23:38

0.000Air Blank 23:38

0.079Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 09/27/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:5809/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:49

St. Petersburg PD

HALL,DUSTIN

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

RIGBY

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1 0.059Subject Sample 04:36

1.656Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.059Subject Sample 04:39

1.675Breath Volume 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 09/27/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:2309/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

17:29

St. Petersburg PD

BISHOP,CHRISTOPHER

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

MEDARIES

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:59

0.000Air Blank 18:00

0.080Control Test 18:00

0.000Air Blank 18:01

# 1 0.036Subject Sample 18:02

1.160Breath Volume 18:02

0.000Air Blank 18:02

0.000Air Blank 18:04

# 2 0.035Subject Sample 18:05

1.171Breath Volume 18:05

0.000Air Blank 18:06

0.079Control Test 18:06

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 09/27/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:1409/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

20:09

St. Petersburg PD

GODERICH,KRISTINA

06/05/2024

08622080A1

St. Petersburg PD

GODERICH,KRISTINA,

RIVERON

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

# 1Subject Sample 22:33 No Sample Provided

0.000Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2Subject Sample 22:38 No Sample Provided

0.000Breath Volume 22:38

0.000Air Blank 22:39

0.079Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 09/27/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4209/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:10

St. Petersburg PD

THOMAS,KRISTEN

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

MARQUEZ

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1 0.098Subject Sample 02:03

1.332Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:05

# 2 0.095Subject Sample 02:07

1.656Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 09/27/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1109/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

02:05

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

WORRILS

08/31/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.078Control Test 02:16

0.000Air Blank 02:16

# 1Subject Sample 02:20 No Sample Provided

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 09/27/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:1209/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:48

St. Petersburg PD

PEREZ,SAMANTHA

06/05/2024

08622080A1

St. Petersburg PD

PEREZ,SAMANTHA,E

SRECKOVIC

09/27/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.079Control Test 00:26

0.000Air Blank 00:26

# 1 0.144Subject Sample 00:26

2.613Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.140Subject Sample 00:29

2.257Breath Volume 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 10/25/2023 09:58

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5409/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:53

St. Petersburg PD

MCKINNON,CHRISTIAN

06/05/2024

08622080A1

St. Petersburg PD

MCKINNON,CHRISTIAN,R

KELLEY

09/27/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.078Control Test 00:49

0.000Air Blank 00:50

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.079Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 10/25/2023 09:58

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1309/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:13

St. Petersburg PD

MARTINEAU,ARIC

06/05/2024

08622080A1

St. Petersburg PD

HALL,DUSTIN,L

ROSADO BAEZ

09/27/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.078Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 10/25/2023 09:58

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2409/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:49

St. Petersburg PD

THOMAS,KRISTEN

06/05/2024

08622080A1

St. Petersburg PD

THOMAS,KRISTEN,

ENGELBRECHT

09/27/2023

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

# 1Subject Sample 04:33 No Sample Provided

0.000Breath Volume 04:33

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2Subject Sample 04:39 No Sample Provided

0.000Breath Volume 04:39

0.000Air Blank 04:39

0.078Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 10/25/2023 09:59

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:1209/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:49

16:26

Largo PD

SINGSON,ROLAND

11/05/2023

23621080A2

Largo PD

SINGSON,ROLAND,A

JOHNSON

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:10

0.000Air Blank 17:10

0.079Control Test 17:11

0.000Air Blank 17:11

# 1Subject Sample 17:11 Subject Test Refused

0.000Breath Volume 17:11

0.000Air Blank 17:12

0.079Control Test 17:12

0.000Air Blank 17:13

OKDiagnostics Check 17:13

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:5409/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:50

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

KALOUS

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.079Control Test 02:42

0.000Air Blank 02:42

# 1 0.229Subject Sample 02:43

2.246Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.229Subject Sample 02:46

2.316Breath Volume 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5209/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:51

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

DUGGER

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

# 1Subject Sample 03:40 Subject Test Refused

0.000Breath Volume 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:5709/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

18:12

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

WILLIAMS

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:51

0.000Air Blank 18:52

0.080Control Test 18:52

0.000Air Blank 18:53

# 1 0.176Subject Sample 18:55

1.511Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:57

# 2 0.176Subject Sample 18:58

1.449Breath Volume 18:58

0.000Air Blank 18:59

0.078Control Test 18:59

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:0209/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:41

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

AUSTIN

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1Subject Sample 01:39 No Sample Provided

0.000Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.168Subject Sample 01:42

2.105Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 3 0.162Subject Sample 01:45

1.984Breath Volume 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:47

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:1309/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:58

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

FLORES

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

# 1Subject Sample 23:50 Subject Test Refused

0.000Breath Volume 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:5909/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:06

Largo PD

GARDNER,ANTHONY

11/05/2023

23621080A2

Largo PD

CERMAK,OFC,D

OSORIO AGUA

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1 0.132Subject Sample 01:46

1.550Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.137Subject Sample 01:49

1.632Breath Volume 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:2909/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:04

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

BURLOCK

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:1909/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:16

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

BARKER

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:03

# 1 0.151Subject Sample 22:06

1.652Breath Volume 22:06

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.129Subject Sample 22:10

1.660Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:13

# 3 0.144Subject Sample 22:13

2.140Breath Volume 22:13

0.000Air Blank 22:14

0.078Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2309/13/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:37

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

MILLER

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

# 1 0.249Subject Sample 22:30

2.632Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.250Subject Sample 22:33

2.375Breath Volume 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:2309/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:28

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

MOORE

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.079Control Test 04:27

0.000Air Blank 04:27

# 1 0.122Subject Sample 04:29

1.468Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.122Subject Sample 04:34

1.324Breath Volume 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4409/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

21:41

Largo PD

SILVERSTEIN,CHRISTINA

11/05/2023

23621080A2

Largo PD

SILVERSTEIN,CHRISTINA,

HESS

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:49

0.000Air Blank 23:49

# 1 0.160Subject Sample 23:50

2.769Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.164Subject Sample 23:53

2.816Breath Volume 23:53

0.000Air Blank 23:53

0.079Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:1709/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:09

Largo PD

GOSIER,MATTHEW

11/05/2023

23621080A2

Largo PD

GOSIER,MATTHEW,D

GRUBER JR

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:56:2309/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:29

06:01

Largo PD

GARDNER,ANTHONY

11/05/2023

23621080A2

Largo PD

CLARK,RYAN,N

VANCE

08/08/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:49

0.000Air Blank 06:49

0.080Control Test 06:49

0.000Air Blank 06:50

# 1 0.136Subject Sample 06:51

2.652Breath Volume 06:51

0.000Air Blank 06:51

0.000Air Blank 06:53

# 2 0.126Subject Sample 06:54

2.257Breath Volume 06:54

0.000Air Blank 06:55

0.080Control Test 06:55

0.000Air Blank 06:56

OKDiagnostics Check 06:56

Data Download Date/Time: 09/18/2023 12:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:3109/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:29

Largo PD

GOSIER,MATTHEW

08/05/2024

15922080A4

Largo PD

GOSIER,MATTHEW,D

CRUZ ZAMORA

09/18/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:13

# 1 0.088Subject Sample 02:14

2.863Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.087Subject Sample 02:17

2.437Breath Volume 02:17

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 10/18/2023 13:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1009/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:31

Largo PD

GOSIER,MATTHEW

08/05/2024

15922080A4

Largo PD

GOSIER,MATTHEW,D

HALL

09/18/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 10/18/2023 13:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:4409/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:39

Largo PD

SILVERSTEIN,CHRISTINA

08/05/2024

15922080A4

Largo PD

SILVERSTEIN,CHRISTINA,

FIELDS

09/18/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:29

# 1 0.180Subject Sample 04:30

1.523Breath Volume 04:30

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.175Subject Sample 04:33

1.859Breath Volume 04:33

0.000Air Blank 04:33

0.080Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 10/18/2023 13:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:49:4009/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:23

16:01

Largo PD

SINGSON,ROLAND

08/05/2024

15922080A4

Largo PD

SINGSON,ROLAND,A

BUHRMAN

09/18/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:43

0.000Air Blank 16:43

0.080Control Test 16:43

0.000Air Blank 16:44

# 1 0.000Subject Sample 16:45

1.468Breath Volume 16:45

0.000Air Blank 16:45

0.000Air Blank 16:47

# 2 0.000Subject Sample 16:48

1.488Breath Volume 16:48

0.000Air Blank 16:48

0.080Control Test 16:49

0.000Air Blank 16:49

OKDiagnostics Check 16:49

Data Download Date/Time: 10/18/2023 13:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2309/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:44

Largo PD

SILVERSTEIN,CHRISTINA

08/05/2024

15922080A4

Largo PD

SILVERSTEIN,CHRISTINA,

LEPAK

09/18/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:33 Subject Test Refused

0.000Breath Volume 01:33

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 10/18/2023 13:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:4309/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:39

18:14

Largo PD

SINGSON,ROLAND

08/05/2024

15922080A4

Largo PD

SINGSON,ROLAND,A

PLOWMAN

09/18/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:59

0.000Air Blank 18:59

0.080Control Test 19:00

0.000Air Blank 19:00

# 1 0.000Subject Sample 19:01

2.605Breath Volume 19:01

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.000Subject Sample 19:04

2.800Breath Volume 19:04

0.000Air Blank 19:04

0.080Control Test 19:05

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 10/18/2023 13:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:2509/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:44

Largo PD

GOSIER,MATTHEW

08/05/2024

15922080A4

Largo PD

GOSIER,MATTHEW,D

MORSE

09/18/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:29

0.000Air Blank 21:29

# 1Subject Sample 21:30 Subject Test Refused

0.000Breath Volume 21:30

0.000Air Blank 21:30

0.079Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 10/18/2023 13:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:3609/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:59

Largo PD

SILVERSTEIN,CHRISTINA

08/05/2024

15922080A4

Largo PD

SILVERSTEIN,CHRISTINA,

RUIZ

09/18/2023

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 10/18/2023 13:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:0509/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:04

Auburndale PD

PROPST,JOHN

05/05/2025

08223080A2

Auburndale PD

PROPST,JOHN,B

GRIFFITH

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.079Control Test 20:50

0.000Air Blank 20:50

# 1Subject Sample 20:54 No Sample Provided

0.000Breath Volume 20:54

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2Subject Sample 20:59 No Sample Provided

0.000Breath Volume 20:59

0.000Air Blank 21:00

0.079Control Test 21:00

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:0909/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:29

Lakeland PD

RIGGALL,NICHOLAS

05/05/2025

08223080A2

Lakeland PD

RIGGALL,NICHOLAS,S

GORDON

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

# 1 0.173Subject Sample 23:21 Volume Not Met

0.191Breath Volume 23:21

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2Subject Sample 23:26 No Sample Provided

0.000Breath Volume 23:26

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:2009/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

01:56

Davenport PD

BISPO,STEPHANIE

05/05/2025

08223080A2

Davenport PD

BISPO,STEPHANIE,

MEDINA GARCIA

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.079Control Test 04:20

0.000Air Blank 04:21

# 1 0.195Subject Sample 04:22

2.332Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.193Subject Sample 04:25

1.640Breath Volume 04:25

0.000Air Blank 04:26

0.078Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:2609/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:59

Auburndale PD

PROPST,JOHN

05/05/2025

08223080A2

Auburndale PD

PROPST,JOHN,B

GALINDO-BRISENO

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:53

0.080Control Test 05:54

0.000Air Blank 05:54

# 1 0.045Subject Sample 05:54

2.164Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.046Subject Sample 05:57

2.589Breath Volume 05:57

0.000Air Blank 05:58

0.079Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:4909/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:59

Polk County SO

REGISTER,JUSTIN

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

ALANIZ

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:41

# 1 0.166Subject Sample 01:42

1.851Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.159Subject Sample 01:45

1.609Breath Volume 01:45

0.000Air Blank 01:45

0.079Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:1209/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:56

Auburndale PD

PROPST,JOHN

05/05/2025

08223080A2

Auburndale PD

PROPST,JOHN,B

SALAZAR

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1 0.149Subject Sample 04:00

1.609Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.138Subject Sample 04:03

1.187Breath Volume 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:5609/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

15:37

Polk County SO

BERGERON,J

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

CLINTON

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:15

0.000Air Blank 18:15

0.079Control Test 18:16

Air Blank 18:16 RFI Detect

0.000Air Blank 18:16

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:1509/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:51

FHP Troop C

MONCION,CHRISTIAN

05/05/2025

08223080A2

FHP Troop C

MONCION,CHRISTIAN,L

BLACKSTOCK

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.080Control Test 22:43

0.000Air Blank 22:43

# 1 0.171Subject Sample 22:44

2.023Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.172Subject Sample 22:47

1.593Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3709/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:15

Haines City PD

BRUNER,SEAN

05/05/2025

08223080A2

Haines City PD

BRUNER,SEAN,R

BIRDSONG

08/15/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 09/12/2023 11:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:0109/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:24

Polk County SO

REGISTER,JUSTIN

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

HAMPTON

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.080Control Test 00:15

0.000Air Blank 00:15

# 1Subject Sample 00:18 No Sample Provided

0.000Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.239Subject Sample 00:22

1.132Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:24

# 3 0.231Subject Sample 00:26

2.171Breath Volume 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:28

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:5809/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

23:39

Polk County SO

BANKS,C

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

MELTON

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:13

# 1Subject Sample 01:17 No Sample Provided

0.000Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2Subject Sample 01:22 No Sample Provided

0.000Breath Volume 01:22

0.000Air Blank 01:23

0.081Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:3009/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

03:00

Polk County SO

REGISTER,JUSTIN

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

CRUZ

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.080Control Test 03:37

0.000Air Blank 03:37

# 1 0.151Subject Sample 03:37

2.515Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.146Subject Sample 03:40

2.289Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0209/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:14

Polk County SO

REGISTER,JUSTIN

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

BATTLE

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.080Control Test 00:04

0.000Air Blank 00:04

# 1 0.181Subject Sample 00:06

1.585Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:08

# 2 0.189Subject Sample 00:09

1.417Breath Volume 00:09

0.000Air Blank 00:10

0.078Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:11

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:3409/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:57

Polk County SO

COLON,JOLNETH

05/05/2025

08223080A2

Polk County SO

COLON,JOLNETH,B

MARQUEZ

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

# 1 0.151Subject Sample 01:56

2.015Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.144Subject Sample 02:00

1.863Breath Volume 02:00

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:1609/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:54

Auburndale PD

BELCHER,ALEX

05/05/2025

08223080A2

Auburndale PD

BELCHER,ALEX,B

CANUSO

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

# 1 0.057Subject Sample 02:42

1.914Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.058Subject Sample 02:45

2.062Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:2309/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:14

Polk County SO

HODGES,MARCO

05/05/2025

08223080A2

Polk County SO

HODGES,MARCO,A

RODRIGUEZ EVORA

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

# 1Subject Sample 03:12 No Sample Provided

0.000Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.188Subject Sample 03:16

1.660Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 3 0.191Subject Sample 03:19

2.195Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:2409/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:31

FHP Troop C

ADAIR,MARY

05/05/2025

08223080A2

FHP Troop C

ADAIR,MARY,K

CASTELAN VILLEGAS

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

# 1 0.124Subject Sample 03:43

2.562Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.118Subject Sample 03:46

1.792Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:3209/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

02:58

FHP Troop C

ADAIR,MARY

05/05/2025

08223080A2

FHP Troop C

ADAIR,MARY,K

MATEUS SUAREZ

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

# 1 0.101Subject Sample 04:18

1.515Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.105Subject Sample 04:21

1.238Breath Volume 04:21

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:0809/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:31

Polk County SO

PASALAU,ASHLEY

05/05/2025

08223080A2

Polk County SO

ANDREWS,TYREE,J

MENDEZ-ESCOBAR

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.080Control Test 23:22

0.000Air Blank 23:22

# 1 0.114Subject Sample 23:23

2.046Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:25

# 2 0.113Subject Sample 23:26

2.027Breath Volume 23:26

0.000Air Blank 23:27

0.078Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:1509/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:33

Polk County SO

COLON,JOLNETH

05/05/2025

08223080A2

Polk County SO

COLON,JOLNETH,B

HORNE

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.199Subject Sample 00:22

2.527Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.201Subject Sample 00:25

2.675Breath Volume 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:1909/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:46

Polk County SO

ALCALDE,ALEXANDER

05/05/2025

08223080A2

Polk County SO

COLON,JOLNETH,B

PERSONG

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:49

0.000Air Blank 04:49

# 1 0.183Subject Sample 04:52

1.156Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:54

# 2 0.178Subject Sample 04:55

1.429Breath Volume 04:55

0.000Air Blank 04:56

0.078Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5509/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:17

Polk County SO

REGISTER,JUSTIN

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

COLEY

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

# 1Subject Sample 03:10 No Sample Provided

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2Subject Sample 03:16 No Sample Provided

0.000Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:3609/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:52

Polk County SO

TEFOE,J

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

MANOUDAKIS

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

# 1 0.102Subject Sample 04:55

1.230Breath Volume 04:55

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.106Subject Sample 04:59

1.765Breath Volume 04:59

0.000Air Blank 04:59

0.080Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:51:2409/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:12

13:49

Polk County SO

NASON,TAYLOR

05/05/2025

08223080A2

Auburndale PD

DRIGGERS,STEPHEN,A

DRIGGERS

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:44

0.000Air Blank 14:44

0.080Control Test 14:44

0.000Air Blank 14:45

# 1 0.291Subject Sample 14:46

3.585Breath Volume 14:46

0.000Air Blank 14:47

0.000Air Blank 14:49

# 2 0.294Subject Sample 14:49

3.593Breath Volume 14:49

0.000Air Blank 14:50

0.078Control Test 14:50

0.000Air Blank 14:51

OKDiagnostics Check 14:51

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:5309/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

18:46

Polk County SO

ALCALDE,ALEXANDER

05/05/2025

08223080A2

Polk County SO

COLON,JOLNETH,B

HOUSE

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.080Control Test 20:00

0.000Air Blank 20:00

# 1Subject Sample 20:03 No Sample Provided

0.000Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2Subject Sample 20:09 No Sample Provided

0.000Breath Volume 20:09

0.000Air Blank 20:09

0.079Control Test 20:10

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 10/10/2023 11:12

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:4709/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:42

Bartow PD

HAMILTON,ROBERT

05/05/2025

08223080A2

Bartow PD

HAMILTON,ROBERT,E

SALMERON ACEVEDO

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.080Control Test 03:24

0.000Air Blank 03:24

# 1Subject Sample 03:27 No Sample Provided

0.000Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2Subject Sample 03:33 No Sample Provided

0.000Breath Volume 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 10/10/2023 11:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:5309/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

19:16

Polk County SO

BAGGETT,TYLER

05/05/2025

08223080A2

Bartow PD

METELLUS,SAM,S

THOMPKINS

09/12/2023

8100.27

POLK CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:06

0.080Control Test 20:06

0.000Air Blank 20:07

# 1 0.198Subject Sample 20:07

1.386Breath Volume 20:07

0.000Air Blank 20:08

0.000Air Blank 20:10

# 2 0.172Subject Sample 20:10

1.410Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:13

# 3 0.190Subject Sample 20:16

1.578Breath Volume 20:16

0.000Air Blank 20:16

0.077Control Test 20:17

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 10/10/2023 11:16

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:0109/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:17

Plantation PD

BEUREGARD,JEFF

04/05/2025

223083

Plantation PD

FARQUHARSON,KEVIN,D

ROBERTS

08/10/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:27

# 1 0.105Subject Sample 23:28

3.000Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.107Subject Sample 23:31

2.414Breath Volume 23:31

0.000Air Blank 23:32

0.078Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:33

Data Download Date/Time: 09/28/2023 12:02

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3009/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:57

Plantation PD

FARQUHARSON,KEVIN

04/05/2025

223083

Plantation PD

FARQUHARSON,KEVIN,D

OSCEOLA

08/10/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:11

# 1 0.151Subject Sample 03:15 Volume Not Met

0.324Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.078Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 09/28/2023 12:02

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:2409/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:46

Plantation PD

FARQUHARSON,KEVIN

04/05/2025

223083

Plantation PD

MIOT,XAVIER,

JEAN JACQUES

08/10/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

# 1 0.000Subject Sample 23:53

1.750Breath Volume 23:53

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.000Subject Sample 23:56

1.359Breath Volume 23:56

0.000Air Blank 23:56

0.077Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 09/28/2023 12:02

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1809/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:49

Plantation PD

FARQUHARSON,KEVIN

04/05/2025

223083

Plantation PD

FARQUHARSON,KEVIN,D

BUTLER

08/10/2023

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

# 1 0.137Subject Sample 03:41

1.898Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.138Subject Sample 03:45

1.250Breath Volume 03:45

0.000Air Blank 03:46

0.077Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 09/28/2023 12:02

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:0509/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

20:16

Jacksonville SO

BATEH,J

05/05/2024

07622080A3

FHP Troop G

STANFORD,B,R

CREIGHTON

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.080Control Test 22:02

0.000Air Blank 22:02

# 1 0.215Subject Sample 22:05 Volume Not Met

0.398Breath Volume 22:05

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.225Subject Sample 22:11

1.250Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 3 0.224Subject Sample 22:14

1.144Breath Volume 22:14

0.000Air Blank 22:15

0.077Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:4809/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:02

Jacksonville SO

KEEN,C

05/05/2024

07622080A3

Jacksonville Beach

ANDERSON,CONNER,J

HELM

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.078Control Test 03:02

0.000Air Blank 03:03

# 1 0.196Subject Sample 03:05 No .020 agreement

1.644Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.229Subject Sample 03:11 Volume Not Met

0.000Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 3 0.229Subject Sample 03:14 No .020 agreement

2.160Breath Volume 03:14

0.000Air Blank 03:14

0.077Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4109/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:02

Jacksonville SO

KEEN,C

05/05/2024

07622080A3

Jacksonville Beach

ANDERSON,CONNER,J

HELM

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.078Control Test 03:19

0.000Air Blank 03:20

# 1 0.242Subject Sample 03:21

2.113Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.236Subject Sample 03:24

1.140Breath Volume 03:24

0.000Air Blank 03:24

0.078Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:4309/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

17:36

Jacksonville SO

RODRIGUEZ,M

05/05/2024

07622080A3

Jacksonville SO

POWELL,EDWARD,A

COMBS

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.080Control Test 19:47

0.000Air Blank 19:47

# 1 0.082Subject Sample 19:48

2.164Breath Volume 19:48

0.000Air Blank 19:48

0.000Air Blank 19:50

# 2 0.075Subject Sample 19:51

1.152Breath Volume 19:51

0.000Air Blank 19:51

0.079Control Test 19:52

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:1509/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:20

Jacksonville SO

THOMPSON,A

05/05/2024

07622080A3

Jacksonville SO

POWELL,EDWARD,A

SMITH

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:59

# 1 0.155Subject Sample 02:59

3.335Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.158Subject Sample 03:02

3.511Breath Volume 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:23:3509/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

04:55

Jacksonville SO

THOMPSON,A

05/05/2024

07622080A3

Jacksonville SO

POWELL,EDWARD,A

TYREE

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:20

0.000Air Blank 06:21

0.080Control Test 06:21

0.000Air Blank 06:22

# 1Subject Sample 06:22 Subject Test Refused

0.000Breath Volume 06:22

0.000Air Blank 06:22

0.080Control Test 06:22

0.000Air Blank 06:23

OKDiagnostics Check 06:23

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:4109/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:05

Jacksonville SO

RODRIGUEZ,M

05/05/2024

07622080A3

Jacksonville SO

YOHN,ANTHONY,W

MULLINS

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:56

# 1Subject Sample 21:57 Subject Test Refused

0.000Breath Volume 21:57

0.000Air Blank 21:57

0.080Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:5209/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:00

Jacksonville SO

DAVIS,P

05/05/2024

07622080A3

Jacksonville SO

HINSON,M,C

CHIVES

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

# 1 0.162Subject Sample 01:13

1.589Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:15

# 2 0.148Subject Sample 01:16

2.402Breath Volume 01:16

0.000Air Blank 01:16

0.079Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:4009/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

16:25

Jacksonville SO

BLIND,D

05/05/2024

07622080A3

Jacksonville SO

ELDER,E,V

BELANGER

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:24

0.000Air Blank 18:25

0.080Control Test 18:25

0.000Air Blank 18:26

# 1Subject Sample 18:26 Subject Test Refused

0.000Breath Volume 18:26

0.000Air Blank 18:26

0.081Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:4009/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

20:37

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

HINSON,M,C

PARVATHAREDDY

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

# 1 0.027Subject Sample 22:46

1.894Breath Volume 22:46

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.026Subject Sample 22:49

1.308Breath Volume 22:49

0.000Air Blank 22:49

0.081Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:46:4909/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

03:02

Jacksonville SO

JOHNSON,G

05/05/2024

07622080A3

FHP Troop G

HINSON,M,C

FISHER

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:40

0.000Air Blank 06:41

0.080Control Test 06:41

0.000Air Blank 06:41

# 1 0.080Subject Sample 06:42

3.843Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:44

# 2 0.078Subject Sample 06:45

3.167Breath Volume 06:45

0.000Air Blank 06:45

0.079Control Test 06:46

0.000Air Blank 06:46

OKDiagnostics Check 06:46

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:34:3709/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:08

07:35

Jacksonville SO

BOPST,R

05/05/2024

07622080A3

Jacksonville SO

HOLIDAY,E,C

THOMAS

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:28

0.000Air Blank 09:28

0.080Control Test 09:29

0.000Air Blank 09:29

# 1 0.162Subject Sample 09:30

1.863Breath Volume 09:30

0.000Air Blank 09:30

0.000Air Blank 09:32

# 2 0.157Subject Sample 09:33

2.050Breath Volume 09:33

0.000Air Blank 09:33

0.079Control Test 09:34

0.000Air Blank 09:34

OKDiagnostics Check 09:34

Data Download Date/Time: 09/20/2023 12:51

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:1909/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

23:24

Jacksonville SO

GARCIA,Y

05/05/2024

07622080A3

Jacksonville SO

WAY,L,

ROJOARTEAGA

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

# 1 0.132Subject Sample 01:55

2.261Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.128Subject Sample 01:58

2.367Breath Volume 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 09/20/2023 12:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:3709/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

18:38

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

POWELL,EDWARD,A

TOMBERLIN

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.079Control Test 20:25

0.000Air Blank 20:25

# 1 0.090Subject Sample 20:26

2.074Breath Volume 20:26

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.091Subject Sample 20:29

2.234Breath Volume 20:29

0.000Air Blank 20:29

0.080Control Test 20:30

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 09/20/2023 12:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:3909/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

03:00

Jacksonville SO

BERNARD,O

05/05/2024

07622080A3

Jacksonville SO

GRIFFIS,JOSHUA,T

ORUN

08/30/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:29

0.080Control Test 05:30

0.000Air Blank 05:30

# 1Subject Sample 05:31 Subject Test Refused

0.000Breath Volume 05:31

0.000Air Blank 05:31

0.080Control Test 05:32

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 09/20/2023 12:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:1709/21/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:59

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

WALKER,P,L

HOSANG

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

# 1Subject Sample 04:47 Subject Test Refused

0.000Breath Volume 04:47

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:1509/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

22:57

Jacksonville SO

ULYSSE,S

05/05/2024

07622080A3

Jacksonville SO

ANDERSON,CONNER,J

KAZMAREK

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.172Subject Sample 00:40

1.855Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.177Subject Sample 00:43

2.367Breath Volume 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:1209/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

01:16

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

WALKER,P,L

PROCTOR

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:40

# 1 0.000Subject Sample 03:41

2.472Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.000Subject Sample 03:44

1.953Breath Volume 03:44

0.000Air Blank 03:45

0.077Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:12:3409/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:09

04:29

Jacksonville SO

BATEH,J

05/05/2024

07622080A3

FHP Troop G

WALKER,P,L

STAVRE

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:09

0.000Air Blank 08:09

0.080Control Test 08:10

0.000Air Blank 08:10

# 1Subject Sample 08:11 Subject Test Refused

0.000Breath Volume 08:11

0.000Air Blank 08:11

0.080Control Test 08:11

0.000Air Blank 08:12

OKDiagnostics Check 08:12

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:3609/22/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

16:57

Jacksonville SO

ROBBINS,S

05/05/2024

07622080A3

Jacksonville SO

ANDERSON,CONNER,J

LATIMER

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:00

0.000Air Blank 19:01

0.080Control Test 19:01

0.000Air Blank 19:02

# 1Subject Sample 19:02 Subject Test Refused

0.000Breath Volume 19:02

0.000Air Blank 19:02

0.081Control Test 19:03

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:2909/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:43

Jacksonville SO

VALERIO,E

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

MOORE

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.081Control Test 02:02

0.000Air Blank 02:02

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:2909/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:40

Jacksonville SO

HARRELL,R

05/05/2024

07622080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

REICHARD

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.079Control Test 23:12

0.000Air Blank 23:13

# 1Subject Sample 23:16 No Sample Provided

0.000Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2Subject Sample 23:22 No Sample Provided

0.000Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:1209/25/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

14:35

Jacksonville SO

LOKMIC,S

05/05/2024

07622080A3

Jacksonville SO

WOOD,JAMES,G

JOHNSON

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

# 1 0.066Subject Sample 17:27

1.335Breath Volume 17:27

0.000Air Blank 17:28

0.000Air Blank 17:30

# 2 0.068Subject Sample 17:30

1.972Breath Volume 17:30

0.000Air Blank 17:31

0.080Control Test 17:31

0.000Air Blank 17:32

OKDiagnostics Check 17:32

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1309/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

20:00

Jacksonville SO

MULLIS,M

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

PAULY

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.080Control Test 22:04

0.000Air Blank 22:04

# 1Subject Sample 22:04 Subject Test Refused

0.000Breath Volume 22:04

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:2309/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

03:43

Jacksonville SO

MATTIACE,R

05/05/2024

07622080A3

FHP Troop G

BORCHARDT,J,P

SMITH

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.080Control Test 05:41

0.000Air Blank 05:41

# 1 0.178Subject Sample 05:44 Volume Not Met

0.710Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:47

# 2 0.194Subject Sample 05:48

1.324Breath Volume 05:48

0.000Air Blank 05:48

0.000Air Blank 05:50

# 3 0.194Subject Sample 05:52

1.132Breath Volume 05:52

0.000Air Blank 05:53

0.079Control Test 05:53

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4309/28/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

00:30

Jacksonville SO

HARRELL,R

05/05/2024

07622080A3

Jacksonville SO

BORCHARDT,J,P

RAND

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

# 1Subject Sample 02:17 Subject Test Refused

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:3909/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

22:39

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

RUSSELL

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

# 1 0.000Subject Sample 01:16

1.496Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.000Subject Sample 01:19

1.484Breath Volume 01:19

0.000Air Blank 01:19

0.080Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 10/25/2023 12:18

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4709/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:01

Jacksonville SO

IEZZI,M

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

WASSEF

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.081Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 10/25/2023 12:19

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:2009/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

13:16

Jacksonville SO

HEIN,PAUL

05/05/2024

07622080A3

FHP Troop G

WALKER,P,L

GERSHMAN

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:40

0.000Air Blank 16:40

0.080Control Test 16:40

0.000Air Blank 16:41

# 1 0.000Subject Sample 16:42

3.140Breath Volume 16:42

0.000Air Blank 16:42

0.000Air Blank 16:44

# 2 0.000Subject Sample 16:44

1.449Breath Volume 16:44

0.000Air Blank 16:45

0.081Control Test 16:45

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 10/25/2023 12:19

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:3709/29/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:26

Jacksonville SO

DESOUZA,A

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

HENDRICKSON

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.080Control Test 21:20

0.000Air Blank 21:21

# 1 0.101Subject Sample 21:22

1.328Breath Volume 21:22

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.102Subject Sample 21:25

1.453Breath Volume 21:25

0.000Air Blank 21:25

0.079Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 10/25/2023 12:19

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4209/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:01

Jacksonville SO

DURHAM,C

05/05/2024

07622080A3

Jacksonville SO

STANFORD,B,R

DOWNEN

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1 0.148Subject Sample 01:33

2.125Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.154Subject Sample 01:36

1.449Breath Volume 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 10/25/2023 12:19

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:0509/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

00:26

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

SULLIVAN,JARROD,S

TORMOLLAN

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

# 1 0.123Subject Sample 02:15

1.878Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.131Subject Sample 02:18

2.132Breath Volume 02:18

0.000Air Blank 02:19

0.081Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 10/25/2023 12:19

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:3909/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

00:29

Jacksonville SO

IEZZI,M

05/05/2024

07622080A3

Jacksonville SO

WALKER,P,L

LOWERY

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.079Control Test 03:31

0.000Air Blank 03:31

# 1 0.079Subject Sample 03:32

1.390Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.081Subject Sample 03:35

1.710Breath Volume 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 10/25/2023 12:19

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:5609/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

17:23

Jacksonville SO

LAQUIDARA,A

05/05/2024

07622080A3

Jacksonville SO

FRAGOMENI,G,D

CLEARY

09/20/2023

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:50

0.081Control Test 19:50

0.000Air Blank 19:51

# 1 0.055Subject Sample 19:51

1.148Breath Volume 19:51

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.055Subject Sample 19:54

1.808Breath Volume 19:54

0.000Air Blank 19:55

0.080Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 10/25/2023 12:19

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1709/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:39

FHP Troop A

HARDY,JOE

01/20/2025

2402328118

FHP Troop A

HARDY,JOE,E

GARDNER

09/27/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.000Control Test 01:20 Control Outside Tolerance

0.000Air Blank 01:21

Data Download Date/Time: 10/23/2023 16:49

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:3509/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:39

FHP Troop A

HARDY,JOE

01/20/2025

2402328118

FHP Troop A

HARDY,JOE,E

GARDNER

09/27/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.000Control Test 01:24 Control Outside Tolerance

0.000Air Blank 01:24

Data Download Date/Time: 10/23/2023 16:49

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2809/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:39

FHP Troop A

HARDY,JOE

01/20/2025

2402328118

FHP Troop A

HARDY,JOE,E

GARDNER

09/27/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.000Control Test 01:38 Control Outside Tolerance

0.000Air Blank 01:39

Data Download Date/Time: 10/23/2023 16:49

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:2009/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:42

FHP Troop D

MACK,SHAWN

02/10/2025

402357111

FHP Troop D

HITCHCOCK,WILLIAM,D

BRUNER

08/31/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

# 1 0.172Subject Sample 00:15

2.914Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.171Subject Sample 00:18

2.906Breath Volume 00:18

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 10/11/2023 18:14

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3909/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:22

FHP Troop D

HITCHCOCK,WILLIAM

02/10/2025

402357111

FHP Troop D

HITCHCOCK,WILLIAM,D

MULLINS

08/31/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 03:09 Voltage/Current Test

0.000Air Blank 03:09

Data Download Date/Time: 10/11/2023 18:15

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3009/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:22

FHP Troop D

HITCHCOCK,WILLIAM

02/10/2025

402357111

FHP Troop D

HITCHCOCK,WILLIAM,D

MULLINS

08/31/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.081Control Test 03:12

0.000Air Blank 03:12

# 1 0.033Subject Sample 03:13

2.445Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.032Subject Sample 03:16

1.941Breath Volume 03:16

0.000Air Blank 03:16

0.082Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 10/11/2023 18:15

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:3709/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

03:40

FHP Troop D

HITCHCOCK,WILLIAM

02/10/2025

402357111

FHP Troop D

HITCHCOCK,WILLIAM,D

RIZZO

08/31/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:20

# 1 0.187Subject Sample 04:20

1.675Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.197Subject Sample 04:24

1.953Breath Volume 04:24

0.000Air Blank 04:24

0.081Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 10/11/2023 18:15

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:4509/05/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:14

FHP Troop C

LOGAN,ZACHARY

02/05/2024

02422080A1

FHP Troop C

LOGAN,ZACHARY,S

KELLY

08/24/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.081Control Test 02:41

0.000Air Blank 02:41

# 1 0.127Subject Sample 02:42

1.886Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.123Subject Sample 02:45

1.117Breath Volume 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 09/05/2023 10:02

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:5809/06/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:30

FHP Troop C

LOGAN,ZACHARY

02/05/2024

02422080A1

FHP Troop C

LOGAN,ZACHARY,S

DARWEESH

09/05/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.081Control Test 03:54

0.000Air Blank 03:54

# 1 0.043Subject Sample 03:54

2.101Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.042Subject Sample 03:58

1.121Breath Volume 03:58

0.000Air Blank 03:59

0.081Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 10/30/2023 17:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:3709/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:53

FHP Troop C

LOGAN,ZACHARY

02/05/2024

02422080A1

FHP Troop C

LOGAN,ZACHARY,S

CORDERO ROJAS

09/05/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.080Control Test 01:15

0.000Air Blank 01:15

# 1 0.094Subject Sample 01:18

2.664Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.096Subject Sample 01:21

2.578Breath Volume 01:21

0.000Air Blank 01:21

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 10/30/2023 17:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:3709/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:26

FHP Troop C

LOGAN,ZACHARY

02/05/2024

02422080A1

FHP Troop C

LOGAN,ZACHARY,S

MACHIN CARBALLO

09/05/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

# 1 0.131Subject Sample 03:50

1.789Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:52

# 2 0.134Subject Sample 03:54

1.351Breath Volume 03:54

0.000Air Blank 03:54

0.079Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 10/30/2023 17:47

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:4509/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:59

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

KLINE

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

# 1 0.131Subject Sample 02:22

2.011Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.114Subject Sample 02:27

2.285Breath Volume 02:27

0.000Air Blank 02:27

0.079Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:1409/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:09

FHP Troop C

STARLING,KELLEY

06/05/2024

08622080A2

FHP Troop C

STARLING,KELLEY,L

WARGO-RODRIGUEZ

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:12

# 1 0.154Subject Sample 04:12

2.140Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.154Subject Sample 04:15

1.773Breath Volume 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:5609/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:41

FHP Troop C

GALLOWAY,GRANT

06/05/2024

08622080A2

FHP Troop C

GALLOWAY,GRANT,D

ARCE

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.079Control Test 19:32

0.000Air Blank 19:32

# 1Subject Sample 19:33 Subject Test Refused

0.000Breath Volume 19:33

0.000Air Blank 19:34

0.079Control Test 19:34

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:0609/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

23:46

FHP Troop C

SNYDER,ADRIANNE

06/05/2024

08622080A2

FHP Troop C

SNYDER,ADRIANNE,M

CORNWALL

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

# 1 0.122Subject Sample 01:42

1.253Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.122Subject Sample 01:45

1.808Breath Volume 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:52:0809/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

08:03

FHP Troop C

HERNANDEZ,ALAIN

06/05/2024

08622080A2

FHP Troop C

HERNANDEZ,ALAIN,

JORDAN

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:46

0.000Air Blank 08:46

0.079Control Test 08:46

0.000Air Blank 08:47

# 1 0.127Subject Sample 08:47

1.460Breath Volume 08:47

0.000Air Blank 08:48

0.000Air Blank 08:50

# 2 0.127Subject Sample 08:50

1.222Breath Volume 08:50

0.000Air Blank 08:51

0.079Control Test 08:51

0.000Air Blank 08:52

OKDiagnostics Check 08:52

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3409/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:56

FHP Troop C

HOWARD,DOMINIQUE

06/05/2024

08622080A2

FHP Troop C

HOWARD,DOMINIQUE,L

MONTGOMERY JR

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

# 1 0.213Subject Sample 01:59

3.148Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.207Subject Sample 02:02

3.097Breath Volume 02:02

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:58:5509/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:32

05:38

FHP Troop C

BARR,ZACH

06/05/2024

08622080A2

Pasco County SO

HERNANDEZ,ALAIN,

KASINGER

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:52

0.000Air Blank 06:53

0.079Control Test 06:53

0.000Air Blank 06:54

# 1 0.129Subject Sample 06:54

2.417Breath Volume 06:54

0.000Air Blank 06:55

0.000Air Blank 06:57

# 2 0.138Subject Sample 06:57

2.480Breath Volume 06:57

0.000Air Blank 06:58

0.079Control Test 06:58

0.000Air Blank 06:58

OKDiagnostics Check 06:58

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1909/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

02:00

FHP Troop C

WAKELAND,KATLYN

06/05/2024

08622080A2

FHP Troop C

WAKELAND,KATLYN,A

STORY

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

# 1 0.208Subject Sample 03:24

2.324Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.185Subject Sample 03:27

1.121Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 3 0.190Subject Sample 03:30

1.960Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:1809/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:44

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

PAWLUS

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.079Control Test 23:30

0.000Air Blank 23:30

# 1Subject Sample 23:30 Subject Test Refused

0.000Breath Volume 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:4509/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:55

FHP Troop C

WIBERLY,RYAN

06/05/2024

08622080A2

FHP Troop C

WIBERLY,RYAN,T

JANTOLAK

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.079Control Test 00:04

0.000Air Blank 00:05

# 1 0.261Subject Sample 00:06

2.320Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.250Subject Sample 00:11

1.855Breath Volume 00:11

0.000Air Blank 00:11

0.080Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:0309/14/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

14:28

FHP Troop C

GALLOWAY,GRANT

06/05/2024

08622080A2

FHP Troop C

GALLOWAY,GRANT,D

LUCAS

08/28/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:20

0.000Air Blank 17:21

0.077Control Test 17:21

0.000Air Blank 17:22

# 1 0.256Subject Sample 17:22

1.769Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2 0.252Subject Sample 17:25

2.136Breath Volume 17:25

0.000Air Blank 17:26

0.078Control Test 17:26

0.000Air Blank 17:26

OKDiagnostics Check 17:27

Data Download Date/Time: 09/16/2023 10:57

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:5709/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:02

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

BULLARD

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

# 1 0.097Subject Sample 01:56

1.605Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:58

# 2 0.092Subject Sample 01:59

1.554Breath Volume 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 10/13/2023 16:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:4709/17/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:22

16:21

FHP Troop C

HARTZIG,BOBBY

06/05/2024

08622080A2

FHP Troop C

MAROCOLA,DYLAN,N

PRICE

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:42

0.000Air Blank 17:42

0.079Control Test 17:43

0.000Air Blank 17:43

# 1Subject Sample 17:45 Subject Test Refused

0.000Breath Volume 17:45

0.000Air Blank 17:45

0.077Control Test 17:46

0.000Air Blank 17:46

OKDiagnostics Check 17:46

Data Download Date/Time: 10/13/2023 16:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:25:4709/23/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

07:32

Pasco County SO

SYMONS,EVAN

06/05/2024

08622080A2

Pasco County SO

HIXSON,JEREMY,C

DENNEY

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:18

0.000Air Blank 08:19

0.080Control Test 08:19

0.000Air Blank 08:20

# 1 0.164Subject Sample 08:20

3.812Breath Volume 08:20

0.000Air Blank 08:21

0.000Air Blank 08:23

# 2 0.160Subject Sample 08:23

4.238Breath Volume 08:23

0.000Air Blank 08:24

0.077Control Test 08:25

0.000Air Blank 08:25

OKDiagnostics Check 08:25

Data Download Date/Time: 10/13/2023 16:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4109/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:32

FHP Troop C

BOOGADES,TYLER

06/05/2024

08622080A2

Pasco County SO

SMITH,WILLIAM,T

VELEZ

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

# 1 0.130Subject Sample 03:27

1.605Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.130Subject Sample 03:30

1.425Breath Volume 03:30

0.000Air Blank 03:30

0.079Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 10/13/2023 16:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:24:3309/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

06:50

FHP Troop C

HAMILTON,KEVIN

06/05/2024

08622080A2

FHP Troop C

HAMILTON,KEVIN,E

LOPEZ

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:21

0.000Air Blank 08:21

0.079Control Test 08:21

0.000Air Blank 08:22

# 1 0.118Subject Sample 08:22

2.375Breath Volume 08:22

Air Blank 08:23 RFI Detect

0.000Air Blank 08:23

0.079Control Test 08:23

0.000Air Blank 08:24

OKDiagnostics Check 08:24

Data Download Date/Time: 10/13/2023 16:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:5309/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

06:50

FHP Troop C

HAMILTON,KEVIN

06/05/2024

08622080A2

FHP Troop C

HAMILTON,KEVIN,E

LOPEZ

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:26

0.000Air Blank 08:27

0.079Control Test 08:27

0.000Air Blank 08:28

# 1 0.118Subject Sample 08:28

2.121Breath Volume 08:28

0.000Air Blank 08:29

0.000Air Blank 08:30

# 2 0.112Subject Sample 08:31

1.566Breath Volume 08:31

0.000Air Blank 08:31

0.079Control Test 08:32

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 10/13/2023 16:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:2409/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:11

FHP Troop C

KISTLER,WILLIAM

06/05/2024

08622080A2

FHP Troop C

KISTLER,WILLIAM,E

GOODWIN

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.079Control Test 04:54

0.000Air Blank 04:54

# 1 0.150Subject Sample 04:55

1.613Breath Volume 04:55

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.151Subject Sample 04:58

1.617Breath Volume 04:58

0.000Air Blank 04:59

0.079Control Test 04:59

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 10/13/2023 16:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:53:2809/26/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

07:26

FHP Troop C

CONNELL,JACOB

06/05/2024

08622080A2

FHP Troop C

CONNELL,JACOB,B

RHODES

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:46

0.000Air Blank 08:47

0.079Control Test 08:47

0.000Air Blank 08:48

# 1 0.000Subject Sample 08:49

1.679Breath Volume 08:49

0.000Air Blank 08:49

0.000Air Blank 08:51

# 2 0.000Subject Sample 08:52

1.914Breath Volume 08:52

0.000Air Blank 08:52

0.080Control Test 08:52

0.000Air Blank 08:53

OKDiagnostics Check 08:53

Data Download Date/Time: 10/13/2023 16:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2209/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:41

Pasco County SO

MCALLISTER,NICK

06/05/2024

08622080A2

Pasco County SO

MIELE,ROBERT,J

BRYANT

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1 0.194Subject Sample 03:38

2.804Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.195Subject Sample 03:41

3.113Breath Volume 03:41

0.000Air Blank 03:42

0.078Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/13/2023 16:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:5509/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:15

FHP Troop C

STARLING,KELLEY

06/05/2024

08622080A2

FHP Troop C

STARILNG,KELLEY,L

REEFER

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:04

# 1 0.121Subject Sample 04:05

1.265Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 2 0.124Subject Sample 04:08

1.390Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 10/13/2023 16:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001117CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:1909/30/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

16:25

Pasco County SO

BALL,NOAH

06/05/2024

08622080A2

Pasco County SO

FIVECOAT,JUSTIN,E

BEACHEM

09/16/2023

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:26

0.000Air Blank 18:27

0.079Control Test 18:27

0.000Air Blank 18:28

# 1 0.000Subject Sample 18:29

1.593Breath Volume 18:29

0.000Air Blank 18:29

0.000Air Blank 18:31

# 2 0.000Subject Sample 18:31

1.785Breath Volume 18:31

0.000Air Blank 18:32

0.079Control Test 18:32

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 10/13/2023 16:24

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:5409/18/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:36

FHP Troop D

CLARK,EDWARD

01/05/2024

212654

FHP Troop D

SPRAGUE,CHRISTIAN,L

TORRES NUNEZ

08/16/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:36

0.081Control Test 19:36

0.000Air Blank 19:37

# 1 0.000Subject Sample 19:37

2.585Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.000Subject Sample 19:40

1.515Breath Volume 19:40

0.000Air Blank 19:40

0.081Control Test 19:41

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 10/03/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:1509/19/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:02

FHP Troop D

EDWARDS,ABIGAYLE

08/13/2022

1185592

FHP Troop D

EDWARDS,ABIGAYLE,A

WAGONER

08/16/2023

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:37

# 1Subject Sample 21:40 No Sample Provided

0.000Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2Subject Sample 21:43 Subject Test Refused

0.000Breath Volume 21:43

0.000Air Blank 21:44

0.080Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 10/03/2023 08:52

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:4709/01/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:15

Polk County SO

GIROUX,ANDREW

11/05/2024

26422080A1

Polk County SO

GIROUX,ANDREW,R

NAPOLEON

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:25

# 1 0.169Subject Sample 23:26

1.660Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.171Subject Sample 23:32 Volume Not Met

0.554Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:34

# 3 0.180Subject Sample 23:36

3.207Breath Volume 23:36

0.000Air Blank 23:36

0.078Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:0209/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:13

Polk County SO

BAGGETT,TYLER

11/05/2024

26422080A1

Polk County SO

GIROUX,ANDREW,R

MERCADO

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:21

# 1 0.139Subject Sample 00:21

3.679Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.139Subject Sample 00:24

2.671Breath Volume 00:24

0.000Air Blank 00:25

0.078Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:26

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3109/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:59

Polk County SO

GIROUX,ANDREW

11/05/2024

26422080A1

Polk County SO

GIROUX,ANDREW,R

MARRERO

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1 0.213Subject Sample 02:03

1.187Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.228Subject Sample 02:06

1.304Breath Volume 02:06

0.000Air Blank 02:06

0.077Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3509/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:00

Polk County SO

MERCER,DANIEL

11/05/2024

26422080A1

Lake Wales PD

DAWSON JR,MICHAEL,E

CARSON

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.079Control Test 02:36

0.000Air Blank 02:36

# 1 0.098Subject Sample 02:37

2.398Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.097Subject Sample 02:40

2.035Breath Volume 02:40

0.000Air Blank 02:40

0.078Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:2409/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:45

FHP Troop C

WOOTEN,NATHANIEL

11/05/2024

26422080A1

FHP Troop C

WOOTEN,NATHANIEL,K

LORENZANA

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

# 1Subject Sample 04:59 No Sample Provided

0.000Breath Volume 04:59

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2Subject Sample 05:05 No Sample Provided

0.000Breath Volume 05:05

0.000Air Blank 05:05

0.081Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:5909/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

16:42

Polk County SO

JOHNSTON,CHRISTOPHER

11/05/2024

26422080A1

Polk County SO

JOHNSTON,CHRISTOPHER,T

VILLEGAS ORTEGA

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:48

0.000Air Blank 17:49

0.079Control Test 17:49

0.000Air Blank 17:49

# 1Subject Sample 17:53 No Sample Provided

0.000Breath Volume 17:53

0.000Air Blank 17:53

0.000Air Blank 17:55

# 2Subject Sample 17:58 No Sample Provided

0.000Breath Volume 17:58

0.000Air Blank 17:59

0.079Control Test 17:59

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:0009/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:44

18:06

Polk County SO

ERBE,MARSHALL

11/05/2024

26422080A1

FFWCC (Lakeland)

DAWSON JR,MICHAEL,E

MELLENTHIN

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.080Control Test 19:17

0.000Air Blank 19:17

# 1 0.151Subject Sample 19:18

1.648Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.163Subject Sample 19:21

1.250Breath Volume 19:21

0.000Air Blank 19:22

0.080Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:23

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:1609/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:29

Polk County SO

AARON,KLIPIN

11/05/2024

26422080A1

FFWCC (Ocala)

COLON,KIARA,F

GARNSEY

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:53

0.080Control Test 20:53

0.000Air Blank 20:54

# 1 0.037Subject Sample 20:54

1.765Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.035Subject Sample 20:57

1.929Breath Volume 20:57

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:2109/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:44

Polk County SO

REGISTER,JUSTIN

11/05/2024

26422080A1

Polk County SO

REGISTER,JUSTIN,D

THOMAS

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.080Control Test 21:24

0.000Air Blank 21:25

# 1Subject Sample 21:28 No Sample Provided

0.000Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2Subject Sample 21:34 No Sample Provided

0.000Breath Volume 21:34

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:3009/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:44

Polk County SO

REGISTER,JUSTIN

11/05/2024

26422080A1

Polk County SO

REGISTER,JUSTIN,D

THOMAS

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.081Control Test 21:39

0.000Air Blank 21:39

# 1 0.065Subject Sample 21:41

1.156Breath Volume 21:41

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.064Subject Sample 21:45

1.550Breath Volume 21:45

0.000Air Blank 21:45

0.080Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4809/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:08

Polk County SO

ALCALDE,ALEXANDER

11/05/2024

26422080A1

Polk County SO

DAWSON JR,MICHAEL,E

KITE

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:33

# 1 0.035Subject Sample 01:34

3.621Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.034Subject Sample 01:37

3.808Breath Volume 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 09/12/2023 11:22

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:31:1609/04/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:52

06:03

Polk County SO

TEFOE,JUSTIN

11/05/2024

26422080A1

Polk County SO

TRUDEAU,COREY,A

ROMAN

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:24

0.000Air Blank 07:24

0.080Control Test 07:25

0.000Air Blank 07:25

# 1 0.155Subject Sample 07:26

1.144Breath Volume 07:26

0.000Air Blank 07:27

0.000Air Blank 07:28

# 2 0.174Subject Sample 07:29

3.222Breath Volume 07:29

0.000Air Blank 07:30

0.079Control Test 07:30

0.000Air Blank 07:31

OKDiagnostics Check 07:31

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:3609/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

15:37

Polk County SO

BEREGERON,J

11/05/2024

26422080A1

Polk County SO

REGISTER,JUSTIN,D

CLINTON

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:22

0.000Air Blank 18:22

0.079Control Test 18:22

0.000Air Blank 18:23

# 1 0.153Subject Sample 18:26 Volume Not Met

0.207Breath Volume 18:26

0.000Air Blank 18:27

0.000Air Blank 18:28

# 2 0.138Subject Sample 18:32 Volume Not Met

0.109Breath Volume 18:32

0.000Air Blank 18:32

0.078Control Test 18:33

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:3409/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:32

Polk County SO

REGISTER,JUSTIN

11/05/2024

26422080A1

Polk County SO

REGISTER,JUSTIN,D

WILSON

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:31

# 1 0.190Subject Sample 23:31

1.105Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.189Subject Sample 23:35

1.773Breath Volume 23:35

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:0809/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:15

Polk County SO

YATES,SAMUEL

11/05/2024

26422080A1

Polk County SO

ANDREWS,TYREE,J

PRINE

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

# 2Subject Sample 23:58 No Sample Provided

0.000Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1Subject Sample 00:03 No Sample Provided

0.000Breath Volume 00:03

0.000Air Blank 00:04

0.081Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0209/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:31

Auburndale PD

NASON,TAYLOR

11/05/2024

26422080A1

Auburndale PD

BELCHER,ALEX,B

REBOLLAR VARGAS

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

# 1 0.048Subject Sample 03:20

1.195Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.047Subject Sample 03:23

1.207Breath Volume 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:25

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0609/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:20

Auburndale PD

SANCHEZ,VICTOR

11/05/2024

26422080A1

FHP Troop C

BELCHER,ALEX,B

CHEN

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

# 1 0.137Subject Sample 03:37

2.082Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.134Subject Sample 03:40

2.289Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:1509/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:30

Polk County SO

ALCALDE,ALEXANDER

11/05/2024

26422080A1

Polk County SO

ALCALDE,ALEXANDER,A

GRAYDON

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

# 1Subject Sample 04:19 No Sample Provided

0.000Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2Subject Sample 04:24 No Sample Provided

0.000Breath Volume 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:2009/09/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:18

Polk County SO

ALCALDE,ALEXANDER

11/05/2024

26422080A1

Polk County SO

ANDREWS,TYREE,J

FURTADO

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:29

# 1 0.222Subject Sample 23:29

2.960Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.217Subject Sample 23:32

2.906Breath Volume 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:2709/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:39

Polk County SO

NASON,TAYLOR

11/05/2024

26422080A1

Auburndale PD

ANDREWS,TYREE,J

PRINKEY

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

# 1 0.128Subject Sample 04:29

2.136Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.137Subject Sample 04:32

1.953Breath Volume 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:0309/10/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:37

Polk County SO

ALCALDE,ALEXANDER

11/05/2024

26422080A1

Polk County SO

ANDREWS,TYREE,J

MORA

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.081Control Test 04:45

0.000Air Blank 04:46

# 1 0.150Subject Sample 04:48

1.371Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.150Subject Sample 04:51

1.214Breath Volume 04:51

0.000Air Blank 04:52

0.078Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:53

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2509/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:13

Polk County SO

COLLINS,JOSHUA

11/05/2024

26422080A1

Lakeland PD

ANDREWS,TYREE,J

ARENAS

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

# 1 0.136Subject Sample 01:32

1.902Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.138Subject Sample 01:34

1.613Breath Volume 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5209/12/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:20

Haines City PD

GREEN,OMARI

11/05/2024

26422080A1

Haines City PD

MCLAUGHLIN,JUSTIN,P

VEGA-PAGAN

08/15/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.118Subject Sample 02:46

1.121Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.113Subject Sample 02:49

1.375Breath Volume 02:49

0.000Air Blank 02:49

0.080Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 09/12/2023 11:23

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:4909/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:29

Polk County SO

ACOSTA,YOSUET

11/05/2024

26422080A1

Lake Wales PD

ANDREWS,TYREE,J

HIGHSMITH

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:40

# 1 0.189Subject Sample 01:41

1.464Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2Subject Sample 01:46 No Sample Provided

0.000Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 3Subject Sample 01:52 No Sample Provided

0.000Breath Volume 01:52

0.000Air Blank 01:52

0.079Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0209/15/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:27

Polk County SO

ALCALDE,ALEXANDER

11/05/2024

26422080A1

Polk County SO

ANDREWS,TYREE,J

SHULTZ

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

# 1 0.099Subject Sample 03:25

2.156Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.109Subject Sample 03:28

2.726Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:5609/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:03

Polk County SO

CORALIC,ALEXANDER

11/05/2024

26422080A1

Lakeland PD

DAWSON JR,MICHAEL,E

QUINTANA FRIAS

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.080Control Test 00:34

0.000Air Blank 00:34

# 1 0.103Subject Sample 00:37 Volume Not Met

0.527Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.108Subject Sample 00:43 Volume Not Met

0.324Breath Volume 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:2409/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:43

Polk County SO

GONZALEZ,GERALD

11/05/2024

26422080A1

Lakeland PD

COLON,KIARA,F

CLEMENZA

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.079Control Test 02:53

0.000Air Blank 02:53

# 1 0.167Subject Sample 02:54

1.300Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.153Subject Sample 02:57

1.726Breath Volume 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3409/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:04

Haines City PD

GREEN,OMARI

11/05/2024

26422080A1

Haines City PD

MCLAUGHLIN,JUSTIN,P

DE LA CRUZ

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.080Control Test 03:20

0.000Air Blank 03:20

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:4909/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:43

Haines City PD

SPOTO,MATTHEW

11/05/2024

26422080A1

Lakeland PD

MCLAUGHLIN,JUSTIN,P

JENT

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:38

# 1 0.163Subject Sample 03:39

2.855Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.162Subject Sample 03:42

4.242Breath Volume 03:42

0.000Air Blank 03:42

0.079Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2909/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:45

Polk County SO

COLON,JOLNETH

11/05/2024

26422080A1

Polk County SO

COLON,JOLNETH,B

HARRIGAN

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

# 1Subject Sample 03:03 No Sample Provided

0.000Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2Subject Sample 03:09 No Sample Provided

0.000Breath Volume 03:09

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0709/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:07

Auburndale PD

BELCHER,ALEX

11/05/2024

26422080A1

Auburndale PD

BELCHER,ALEX,B

TARLTON

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1 0.050Subject Sample 01:01

2.976Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.050Subject Sample 01:04

2.675Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:5809/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

02:49

FFWCC (Lakeland)

KLIPIN,A

11/05/2024

26422080A1

FFWCC (Lakeland)

KLIPIN,A,

GARCIA VALERIO

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1 0.037Subject Sample 04:37

1.238Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.038Subject Sample 04:42

1.910Breath Volume 04:42

0.000Air Blank 04:43

0.079Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:2509/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:48

FHP Troop C

ADAIR,MARY

11/05/2024

26422080A1

FHP Troop C

ADAIR,MARY,K

PADILLA NAJERA

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.079Control Test 04:58

0.000Air Blank 04:59

# 1 0.184Subject Sample 05:00

1.757Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.168Subject Sample 05:03

1.125Breath Volume 05:03

0.000Air Blank 05:04

0.078Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:58:4209/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:28

05:30

Haines City PD

BRUNER,SEAN

11/05/2024

26422080A1

Haines City PD

BRUNER,SEAN,R

CALDERA TURIZO

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:52

0.000Air Blank 06:52

0.079Control Test 06:53

0.000Air Blank 06:53

# 1 0.186Subject Sample 06:54

2.109Breath Volume 06:54

0.000Air Blank 06:54

0.000Air Blank 06:56

# 2 0.182Subject Sample 06:57

1.906Breath Volume 06:57

0.000Air Blank 06:57

0.080Control Test 06:58

0.000Air Blank 06:58

OKDiagnostics Check 06:58

Data Download Date/Time: 10/10/2023 11:07

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:1709/24/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

22:46

Polk County SO

NASON,TAYLOR

11/05/2024

26422080A1

Auburndale PD

ANDREWS,TYREE,J

NIM

09/12/2023

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.081Control Test 23:38

0.000Air Blank 23:39

# 1Subject Sample 23:42 No Sample Provided

0.000Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2Subject Sample 23:47 No Sample Provided

0.000Breath Volume 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 10/10/2023 11:08

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:59:2509/07/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

16:34

Putnam County SO

DRUMMOND,ALEX

12/05/2023

28021080A2

Putnam County SO

DRUMMOND,ALEX,V

RUCKEBEIL

08/29/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:51

0.000Air Blank 16:51

0.079Control Test 16:51

0.000Air Blank 16:52

# 1 0.129Subject Sample 16:53

1.242Breath Volume 16:53

0.000Air Blank 16:54

0.000Air Blank 16:56

# 2 0.141Subject Sample 16:57

1.292Breath Volume 16:57

0.000Air Blank 16:58

0.077Control Test 16:58

0.000Air Blank 16:59

OKDiagnostics Check 16:59

Data Download Date/Time: 09/29/2023 10:28

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:5009/08/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:28

FHP Troop G

CAPELA,JORDAN

12/05/2023

28021080A2

FHP Troop G

CAPELA,JORDAN,A

HILL

08/29/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

# 1 0.249Subject Sample 02:07

1.640Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.245Subject Sample 02:10

1.554Breath Volume 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 09/29/2023 10:28

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1009/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:43

Putnam County SO

KOWALSKI,BRANDON

12/05/2023

28021080A2

Putnam County SO

THOMAS,DUSTIN,A

FRANCE

08/29/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:44

# 1 0.147Subject Sample 04:45

1.281Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:47

# 2 0.144Subject Sample 04:48

2.714Breath Volume 04:48

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 09/29/2023 10:28

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:20:0909/16/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

02:43

Putnam County SO

DRUMMOND,ALEX

12/05/2023

28021080A2

Putnam County SO

DRUMMOND,ALEX,V

FAIRBANKS

08/29/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:12

0.000Air Blank 15:12

0.078Control Test 15:13

0.000Air Blank 15:13

# 1 0.251Subject Sample 15:15

2.804Breath Volume 15:15

0.000Air Blank 15:16

0.000Air Blank 15:18

# 2 0.238Subject Sample 15:18

1.664Breath Volume 15:18

0.000Air Blank 15:19

0.077Control Test 15:19

0.000Air Blank 15:20

OKDiagnostics Check 15:20

Data Download Date/Time: 09/29/2023 10:28

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:4409/20/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:52

Putnam County SO

SELBY-NIEMIEC,KENDALEIGH

12/05/2023

28021080A2

Putnam County SO

TISDALE,RICHARD,S

PHILPOT

08/29/2023

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.078Control Test 23:07

0.000Air Blank 23:07

# 1 0.263Subject Sample 23:08

1.984Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:10

# 2 0.268Subject Sample 23:11

1.250Breath Volume 23:11

0.000Air Blank 23:11

0.076Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 09/29/2023 10:28

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:10:0609/02/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:22

14:00

Volusia County SO

WERFEL,JEFFREY

03/25/2025

402397742

Volusia County SO

MALETTO,NICHOLAS,R

NEILSON

08/23/2023

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 15:04

0.000Air Blank 15:04

0.077Control Test 15:04

0.000Air Blank 15:05

# 1 0.256Subject Sample 15:05

2.203Breath Volume 15:05

0.000Air Blank 15:06

0.000Air Blank 15:08

# 2 0.257Subject Sample 15:08

2.378Breath Volume 15:08

0.000Air Blank 15:09

0.077Control Test 15:09

0.000Air Blank 15:10

OKDiagnostics Check 15:10

Data Download Date/Time: 09/12/2023 13:10

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:5109/03/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

17:55

Volusia County SO

MALETTO,NICHOLAS

03/25/2025

402397742

Volusia County SO

MALETTO,NICHOLAS,R

GARCIA

08/23/2023

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.077Control Test 18:43

0.000Air Blank 18:44

# 1 0.000Subject Sample 18:44

2.687Breath Volume 18:44

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.000Subject Sample 18:47

2.835Breath Volume 18:47

0.000Air Blank 18:47

0.078Control Test 18:48

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 09/12/2023 13:10

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:16:1509/11/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:30

Volusia County SO

MORGAN,MICHAEL

03/25/2025

402397742

Volusia County SO

WERFEL,JEFFREY,R

CHISLETT

08/23/2023

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:07

0.000Air Blank 16:07

0.078Control Test 16:07

0.000Air Blank 16:08

# 1 0.219Subject Sample 16:08

2.253Breath Volume 16:08

0.000Air Blank 16:09

0.000Air Blank 16:11

# 2 0.241Subject Sample 16:11

2.792Breath Volume 16:11

0.000Air Blank 16:12

0.000Air Blank 16:14

# 3 0.244Subject Sample 16:14

3.187Breath Volume 16:14

0.000Air Blank 16:15

0.076Control Test 16:15

0.000Air Blank 16:16

OKDiagnostics Check 16:16

Data Download Date/Time: 09/12/2023 13:10

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:5209/27/2023

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:36

Volusia County SO

KAPTEN,NALELL

04/14/2025

402419647

Volusia County SO

STONE,JIMMIE,N

NORTH

09/12/2023

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.078Control Test 23:14

0.000Air Blank 23:14

# 1 0.150Subject Sample 23:16

1.957Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:18

# 2 0.158Subject Sample 23:19

2.007Breath Volume 23:19

0.000Air Blank 23:19

0.078Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 10/19/2023 11:17

05 December 2023Printed:

COBRA ©1997-2014 CMI, Inc.


