
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:2802/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:58

Palm Bay PD

HODGDON,TODD

12/05/2024

28021080A3

Palm Bay PD

HODGDON,TODD,S

DUNNING

02/26/2024

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.081Control Test 19:11

0.000Air Blank 19:12

# 1 0.091Subject Sample 19:12

2.617Breath Volume 19:12

0.000Air Blank 19:13

0.000Air Blank 19:15

# 2 0.088Subject Sample 19:15

1.941Breath Volume 19:15

0.000Air Blank 19:16

0.081Control Test 19:16

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 03/28/2024 10:24

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0202/01/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:44

Pinellas Park PD

ADAMS,STERLING

04/05/2025

06023080A1

Pinellas Park PD

ADAMS,STERLING,M

FALCO

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:17

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:45:1302/01/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

14:16

Pinellas Park PD

CALDWELL,GARY

04/05/2025

06023080A1

Pinellas Park PD

CALDWELL,GARY,D

WOLFANGER

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:38

0.000Air Blank 14:39

0.080Control Test 14:39

0.000Air Blank 14:39

# 1 0.177Subject Sample 14:40

3.378Breath Volume 14:40

0.000Air Blank 14:41

0.000Air Blank 14:42

# 2 0.163Subject Sample 14:43

1.875Breath Volume 14:43

0.000Air Blank 14:44

0.078Control Test 14:44

0.000Air Blank 14:45

OKDiagnostics Check 14:45

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:0702/02/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:31

Pinellas Park PD

GUY,JOSHUA

04/05/2025

06023080A1

Pinellas Park PD

GUY,JOSHUA,A

REYOME

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:07

# 1 0.000Subject Sample 23:07

4.160Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.000Subject Sample 23:10

4.300Breath Volume 23:10

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4302/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:59

Pinellas Park PD

ADAMS,STERLING

04/05/2025

06023080A1

Pinellas Park PD

ADAMS,STERLING,M

GOBRON

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

# 1 0.236Subject Sample 00:32

1.343Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.232Subject Sample 00:36

1.703Breath Volume 00:36

0.000Air Blank 00:36

0.078Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:2502/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:52

Pinellas Park PD

GUY,JOSHUA

04/05/2025

06023080A1

Pinellas Park PD

GUY,JOSHUA,A

WOLF

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:3602/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:14

Pinellas Park PD

GRIGGS,J

04/05/2025

06023080A1

Indian Shores PD

ADAMS,STERLING,M

ASTARITA

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:09

# 1Subject Sample 01:09 Subject Test Refused

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.079Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:4802/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:11

Pinellas Park PD

HILL,C

04/05/2025

06023080A1

Indian Shores PD

ADAMS,STERLING,M

MILLER

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.079Control Test 22:03

0.000Air Blank 22:03

# 1 0.021Subject Sample 22:04

1.187Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.021Subject Sample 22:07

1.113Breath Volume 22:07

0.000Air Blank 22:07

0.079Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:1502/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:32

Pinellas Park PD

GOSIER,M

04/05/2025

06023080A1

Largo PD

SIMPKINS,BENJAMIN,F

POPE

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

# 1 0.144Subject Sample 04:24

1.558Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:26

# 2 0.144Subject Sample 04:27

1.535Breath Volume 04:27

0.000Air Blank 04:28

0.078Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:2502/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

04:03

Pinellas Park PD

SILVERSTEIN,CHRISTINA

04/05/2025

06023080A1

Largo PD

ROZZI,SHANNON,R

PITA

01/18/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

# 1 0.092Subject Sample 05:09

1.445Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.089Subject Sample 05:12

2.109Breath Volume 05:12

0.000Air Blank 05:13

0.078Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 02/20/2024 15:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:1802/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

16:44

Pinellas Park PD

CUNNINGHAM,ERIN

04/05/2025

06023080A1

Pinellas Park PD

SIMPKINS,BENJAMIN,F

BRAY

02/20/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:59

0.000Air Blank 17:59

0.080Control Test 18:00

0.000Air Blank 18:00

# 1 0.000Subject Sample 18:00

1.867Breath Volume 18:00

0.000Air Blank 18:01

0.000Air Blank 18:03

# 2 0.000Subject Sample 18:03

2.687Breath Volume 18:03

0.000Air Blank 18:04

0.080Control Test 18:04

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 03/18/2024 12:53

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:1902/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:19

Pinellas Park PD

FRISK,BENJAMIN

04/05/2025

06023080A1

Pinellas Park PD

ROZZI,SHANNON,R

FRANZESE

02/20/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.079Control Test 05:08

0.000Air Blank 05:08

# 1Subject Sample 05:08 Subject Test Refused

0.000Breath Volume 05:08

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 03/18/2024 12:53

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:1802/27/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:48

17:48

Pinellas Park PD

LUCHUK,JACOB

04/05/2025

06023080A1

Pinellas Park PD

LUCHUK,JACOB,A

DYER

02/20/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:23

0.000Air Blank 18:23

0.079Control Test 18:24

0.000Air Blank 18:24

# 1Subject Sample 18:24 Subject Test Refused

0.000Breath Volume 18:24

0.000Air Blank 18:25

0.078Control Test 18:25

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 03/18/2024 12:53

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:3202/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:48

Pinellas Park PD

SIMPKINS,BENJAMIN

04/05/2025

06023080A1

Pinellas Park PD

SIMPKINS,BENJAMIN,F

MELENDEZ

02/20/2024

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.078Control Test 00:26

0.000Air Blank 00:27

# 1 0.168Subject Sample 00:27

1.125Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:29

# 2 0.118Subject Sample 00:33 Volume Not Met

0.503Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 3 0.156Subject Sample 00:36

2.210Breath Volume 00:36

0.000Air Blank 00:37

0.076Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 03/18/2024 12:53

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:33:4602/05/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:06

13:07

Charlotte County SO

KEITER,BEN

04/05/2025

06723080A5

Charlotte County SO

BUTZER,P,

HEIN

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:27

0.000Air Blank 14:27

0.081Control Test 14:27

0.000Air Blank 14:28

# 1 0.268Subject Sample 14:29

1.289Breath Volume 14:29

0.000Air Blank 14:29

0.000Air Blank 14:31

# 2 0.249Subject Sample 14:32

1.296Breath Volume 14:32

0.000Air Blank 14:32

0.081Control Test 14:33

0.000Air Blank 14:33

OKDiagnostics Check 14:33

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:5102/05/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:49

Charlotte County SO

WELCH,DEP.

04/05/2025

06723080A5

Charlotte County SO

FORD,JAMES,G

ESPINOZA

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.081Control Test 20:58

0.000Air Blank 20:58

# 1 0.248Subject Sample 20:59

1.957Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.234Subject Sample 21:03

1.453Breath Volume 21:03

0.000Air Blank 21:03

0.080Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:4302/07/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:50

19:00

Charlotte County SO

SANDERS,T

04/05/2025

06723080A5

Charlotte County SO

SANDERS,T,

MARCHMAN

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:16

0.000Air Blank 20:17

0.081Control Test 20:17

0.000Air Blank 20:18

# 1 0.000Subject Sample 20:18

1.984Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.000Subject Sample 20:21

1.804Breath Volume 20:21

0.000Air Blank 20:21

0.080Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:3402/07/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

20:53

Charlotte County SO

OVERWAY,E

04/05/2025

06723080A5

Charlotte County SO

SANDERS,TAMARA,M

DEVENY

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.081Control Test 22:12

0.000Air Blank 22:12

# 1 0.000Subject Sample 22:12

1.273Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.000Subject Sample 22:16

1.589Breath Volume 22:16

0.000Air Blank 22:16

0.081Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:5702/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

00:04

Charlotte County SO

DEGRASSE,R

04/05/2025

06723080A5

Charlotte County SO

NAZZARESE,JUSTIN,C

PENNEY

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

# 1 0.167Subject Sample 02:50

1.527Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.169Subject Sample 02:53

1.929Breath Volume 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:3902/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:24

Charlotte County SO

SCHWARTZ,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

MONN,CD,

EYLER

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.081Control Test 23:35

0.000Air Blank 23:35

# 1 0.179Subject Sample 23:36

2.917Breath Volume 23:36

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.162Subject Sample 23:39

1.628Breath Volume 23:39

0.000Air Blank 23:39

0.081Control Test 23:40

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:3202/13/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:14

Charlotte County SO

VETRI,OFC

04/05/2025

06723080A5

Punta Gorda PD

MONN,C,R

TOLBERT

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.081Control Test 20:25

0.000Air Blank 20:25

# 1 0.000Subject Sample 20:26

1.367Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.000Subject Sample 20:30

1.535Breath Volume 20:30

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0202/13/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

19:45

Charlotte County SO

MONN,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

MONN,DEPUTY,

MARCHMAN

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

# 1 0.214Subject Sample 22:50

1.375Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.221Subject Sample 22:54

1.949Breath Volume 22:54

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:56

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:2302/14/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:30

Charlotte County SO

MONN,DEP

04/05/2025

06723080A5

Charlotte County SO

MONN,DEPUTY,

MARCHMAN

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.081Control Test 05:19

0.000Air Blank 05:19

# 1 0.112Subject Sample 05:20

2.261Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.111Subject Sample 05:22

2.105Breath Volume 05:22

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:28:5902/14/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:30

10:00

Charlotte County SO

SCHWOCHO,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

SCHWOCHO,DEPUTY,

DAVIS

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:22

0.000Air Blank 11:22

0.081Control Test 11:22

0.000Air Blank 11:23

# 1 0.121Subject Sample 11:24

2.351Breath Volume 11:24

0.000Air Blank 11:24

0.000Air Blank 11:26

# 2 0.122Subject Sample 11:27

1.964Breath Volume 11:27

0.000Air Blank 11:28

0.080Control Test 11:28

0.000Air Blank 11:28

OKDiagnostics Check 11:28

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:37:5302/14/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

11:00

11:00

Charlotte County SO

SCHWOCHO,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

SCHWOCHO,DEPUTY,

KIRKUS

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:31

0.000Air Blank 11:32

0.080Control Test 11:32

0.000Air Blank 11:32

# 1 0.036Subject Sample 11:33

3.894Breath Volume 11:33

0.000Air Blank 11:33

0.000Air Blank 11:35

# 2 0.035Subject Sample 11:36

3.007Breath Volume 11:36

0.000Air Blank 11:36

0.081Control Test 11:37

0.000Air Blank 11:37

OKDiagnostics Check 11:37

Data Download Date/Time: 02/25/2024 20:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3902/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:00

Charlotte County SO

O'KEEFE,D

04/05/2025

06723080A5

Charlotte County SO

NAZZARESE,JUSTIN,C

BOLEWSKI

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

# 1 0.163Subject Sample 00:27

2.230Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.165Subject Sample 00:31

2.039Breath Volume 00:31

0.000Air Blank 00:31

0.080Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 02/25/2024 20:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:38:3902/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:00

10:00

Charlotte County SO

SCHWOCHO,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

SCHWOCHO,DEPUTY,

CHASE

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:32

0.000Air Blank 10:33

0.081Control Test 10:33

0.000Air Blank 10:33

# 1 0.000Subject Sample 10:34

1.902Breath Volume 10:34

0.000Air Blank 10:34

0.000Air Blank 10:36

# 2 0.000Subject Sample 10:37

1.500Breath Volume 10:37

0.000Air Blank 10:37

0.081Control Test 10:38

0.000Air Blank 10:38

OKDiagnostics Check 10:38

Data Download Date/Time: 02/25/2024 20:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:07:1102/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:15

10:00

Charlotte County SO

CCSO,SIR

04/05/2025

06723080A5

Charlotte County SO

SERRANO,DEPUTY,

DAVIS

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:01

0.000Air Blank 11:01

0.081Control Test 11:01

0.000Air Blank 11:02

# 1 0.000Subject Sample 11:02

1.468Breath Volume 11:02

0.000Air Blank 11:03

0.000Air Blank 11:05

# 2 0.000Subject Sample 11:05

1.824Breath Volume 11:05

0.000Air Blank 11:06

0.081Control Test 11:06

0.000Air Blank 11:07

OKDiagnostics Check 11:07

Data Download Date/Time: 02/25/2024 20:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:17:1502/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

08:50

08:45

Charlotte County SO

DEPUTY,SHERIFF

04/05/2025

06723080A5

Charlotte County SO

DEPUTY,SHERIFF,D

DOE

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:10

0.000Air Blank 09:11

0.081Control Test 09:11

0.000Air Blank 09:11

# 1 0.000Subject Sample 09:12

2.808Breath Volume 09:12

0.000Air Blank 09:13

0.000Air Blank 09:15

# 2 0.000Subject Sample 09:15

2.277Breath Volume 09:15

0.000Air Blank 09:16

0.081Control Test 09:16

0.000Air Blank 09:17

OKDiagnostics Check 09:17

Data Download Date/Time: 02/25/2024 20:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:5202/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:40

Charlotte County SO

LAVANCE,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

MONN,DEPUTY,

MCGHEE

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.080Control Test 21:20

0.000Air Blank 21:21

# 1 0.252Subject Sample 21:22

1.402Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:24

# 2 0.252Subject Sample 21:25

1.816Breath Volume 21:25

0.000Air Blank 21:25

0.081Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 02/25/2024 20:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:5902/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:16

Charlotte County SO

O'KEEFE,DEP.

04/05/2025

06723080A5

Charlotte County SO

FORD,JAMES,G

ROSE

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

# 1 0.121Subject Sample 23:19

2.687Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.134Subject Sample 23:22

3.414Breath Volume 23:22

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 02/25/2024 20:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:4802/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:00

19:00

Charlotte County SO

CCSO,CCSO

04/05/2025

06723080A5

Charlotte County SO

FORD,JAMES,G

MARCHMAN

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.082Control Test 19:42

0.000Air Blank 19:42

# 1 0.208Subject Sample 19:43

3.140Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.214Subject Sample 19:47

4.042Breath Volume 19:47

0.000Air Blank 19:47

0.080Control Test 19:48

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 02/25/2024 20:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:2702/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:59

Charlotte County SO

DEGRASSE,R

04/05/2025

06723080A5

Charlotte County SO

EGAN,MELISSA,

TOBIN

01/18/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.082Control Test 00:09

0.000Air Blank 00:10

# 1 0.205Subject Sample 00:10

2.562Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.211Subject Sample 00:13

2.410Breath Volume 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 02/25/2024 20:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4102/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

02:30

02:30

Charlotte County SO

CCSO,CCSO

04/05/2025

06723080A5

Charlotte County SO

FORD,JAMES,G

MARCHMAN

02/25/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.081Control Test 03:00

0.000Air Blank 03:01

# 1 0.135Subject Sample 03:02

1.988Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.137Subject Sample 03:05

1.667Breath Volume 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 03/24/2024 20:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:25:1502/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

12:45

12:30

Collier County SO

OFFICER,ROAD DEPUTY

04/05/2025

06723080A5

Collier County SO

SERRANO,DEPUTY,

TSOURAKIS

02/25/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:19

0.000Air Blank 13:19

0.081Control Test 13:19

0.000Air Blank 13:20

# 1 0.000Subject Sample 13:20

3.187Breath Volume 13:20

0.000Air Blank 13:21

0.000Air Blank 13:23

# 2 0.000Subject Sample 13:23

2.679Breath Volume 13:23

0.000Air Blank 13:24

0.081Control Test 13:24

0.000Air Blank 13:25

OKDiagnostics Check 13:25

Data Download Date/Time: 03/24/2024 20:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:39:3502/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:09

15:07

Charlotte County SO

CONANT,ROBERT

04/05/2025

06723080A5

Charlotte County SO

SCOTT,BRADLEY,W

CAMPBELL

02/25/2024

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:33

0.000Air Blank 16:33

0.080Control Test 16:34

0.000Air Blank 16:34

# 1 0.000Subject Sample 16:35

2.179Breath Volume 16:35

0.000Air Blank 16:35

0.000Air Blank 16:37

# 2 0.000Subject Sample 16:38

2.507Breath Volume 16:38

0.000Air Blank 16:38

0.081Control Test 16:39

0.000Air Blank 16:39

OKDiagnostics Check 16:39

Data Download Date/Time: 03/24/2024 20:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:3302/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:45

Clearwater PD

FROST,BRIAN

06/05/2025

08223080A4

Clearwater PD

KROLICK,ALEX,M

ZUNIGA-AZPEITIA

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.079Control Test 00:17

0.000Air Blank 00:17

# 1 0.085Subject Sample 00:18

3.402Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.077Subject Sample 00:21

2.082Breath Volume 00:21

0.000Air Blank 00:22

0.077Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 02/29/2024 18:32

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2302/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:59

Clearwater PD

KROLICK,ALEX

06/05/2025

08223080A4

Clearwater PD

KROLICK,ALEX,M

WEGMANN

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

# 1 0.214Subject Sample 02:30

4.503Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.195Subject Sample 02:33

4.785Breath Volume 02:33

0.000Air Blank 02:34

0.076Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:2402/05/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:31

Clearwater PD

STIERS,SETH

06/05/2025

08223080A4

Clearwater PD

STIERS,SETH,T

FEDOTOV

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.079Control Test 05:10

0.000Air Blank 05:10

# 1 0.025Subject Sample 05:11

1.859Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:13

# 2 0.026Subject Sample 05:14

2.382Breath Volume 05:14

0.000Air Blank 05:15

0.078Control Test 05:15

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:2202/05/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

19:06

Clearwater PD

LIGHTFOOT,LANE

06/05/2025

08223080A4

Clearwater PD

HURT,JONATHAN,R

SMITH

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:55

0.080Control Test 19:55

0.000Air Blank 19:55

# 1 0.183Subject Sample 19:57

3.000Breath Volume 19:57

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.177Subject Sample 20:00

2.566Breath Volume 20:00

0.000Air Blank 20:01

0.079Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:2302/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:27

18:15

Clearwater PD

BUIS,JUSTIN

06/05/2025

08223080A4

Clearwater PD

BUIS,JUSTIN,

ALLEN

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:47

0.000Air Blank 18:48

0.079Control Test 18:48

0.000Air Blank 18:49

# 1Subject Sample 18:52 No Sample Provided

0.000Breath Volume 18:52

0.000Air Blank 18:52

0.000Air Blank 18:54

# 2Subject Sample 18:58 No Sample Provided

0.000Breath Volume 18:58

0.000Air Blank 18:58

0.080Control Test 18:58

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:5102/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:00

Clearwater PD

GILES,OFFICER

06/05/2025

08223080A4

Clearwater PD

GILES,OFFICER,G

PEREZ-SANCHEZ

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.079Control Test 21:08

0.000Air Blank 21:08

# 1 0.174Subject Sample 21:11

1.750Breath Volume 21:11

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.167Subject Sample 21:14

2.015Breath Volume 21:14

0.000Air Blank 21:14

0.078Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:4602/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:32

Largo PD

GOSIER,MATTHEW

06/05/2025

08223080A4

Largo PD

GOSIER,MATTHEW,D

DRUMHELLER

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:18

Air Blank 22:18 RFI Detect

0.000Air Blank 22:18

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:4102/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:32

Largo PD

GOSIER,MATTHEW

06/05/2025

08223080A4

Largo PD

GOSIER,MATTHEW,D

DRUMHELLER

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.079Control Test 22:23

0.000Air Blank 22:23

# 1 0.076Subject Sample 22:23

2.230Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.074Subject Sample 22:27

2.367Breath Volume 22:27

0.000Air Blank 22:27

0.079Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:58:2102/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:32

17:04

Largo PD

SINGSON,ROLAND

06/05/2025

08223080A4

Largo PD

SINGSON,ROLAND,A

BRANHAM

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:52

0.000Air Blank 17:52

0.079Control Test 17:53

0.000Air Blank 17:53

# 1 0.124Subject Sample 17:53

3.589Breath Volume 17:53

0.000Air Blank 17:54

0.000Air Blank 17:56

# 2 0.122Subject Sample 17:56

3.898Breath Volume 17:56

0.000Air Blank 17:57

0.078Control Test 17:57

0.000Air Blank 17:58

OKDiagnostics Check 17:58

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:1202/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:36

Clearwater PD

BUIS,JUSTIN

06/05/2025

08223080A4

Clearwater PD

BUIS,JUSTIN,

BUIS

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.078Control Test 02:45

0.000Air Blank 02:45

# 1 0.154Subject Sample 02:46

2.539Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.156Subject Sample 02:49

3.097Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4302/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:09

Clearwater PD

GILES,OFFICER

06/05/2025

08223080A4

Clearwater PD

GILES,OFFICER,G

SALAS

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:58

# 1 0.157Subject Sample 03:59

1.437Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.163Subject Sample 04:02

1.867Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:0902/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:26

Largo PD

SINGSON,ROLAND

06/05/2025

08223080A4

Largo PD

SINGSON,ROLAND,A

STEFEL

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:23

# 1 0.046Subject Sample 22:23

1.808Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.045Subject Sample 22:26

1.644Breath Volume 22:26

0.000Air Blank 22:27

0.079Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3402/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:01

Largo PD

SILVERSTEIN,CHRISTINA

06/05/2025

08223080A4

Largo PD

SILVERSTEIN,CHRISTINA,

BEACH

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.080Control Test 02:45

0.000Air Blank 02:45

# 1 0.138Subject Sample 02:46

3.195Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.138Subject Sample 02:48

2.695Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:2002/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

23:22

Clearwater PD

GILES,OFFICER

06/05/2025

08223080A4

Clearwater PD

GILES,OFFICER,G

MILNER

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.080Control Test 23:30

0.000Air Blank 23:30

# 1 0.000Subject Sample 23:31

1.378Breath Volume 23:31

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.000Subject Sample 23:33

2.285Breath Volume 23:33

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:5102/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:53

Clearwater PD

KROLICK,ALEX

06/05/2025

08223080A4

Clearwater PD

KROLICK,ALEX,M

MANSILLA CIEZA

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:02

# 1 0.229Subject Sample 01:02

2.128Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.241Subject Sample 01:06

2.218Breath Volume 01:06

0.000Air Blank 01:06

0.078Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 02/29/2024 18:33

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:1402/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:47

Clearwater PD

KROLICK,ALEX

06/05/2025

08223080A4

Clearwater PD

KROLICK,ALEX,M

SMITH

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.079Control Test 03:16

0.000Air Blank 03:16

# 1 0.142Subject Sample 03:17

1.953Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.148Subject Sample 03:20

2.316Breath Volume 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 02/29/2024 18:34

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:4302/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:21

Clearwater PD

LIGHTFOOT,LANE

06/05/2025

08223080A4

Clearwater PD

CURCIO,ANTHONY,P

CALIHUA CARRERA

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:16

# 1 0.148Subject Sample 00:18

2.968Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.150Subject Sample 00:21

3.199Breath Volume 00:21

0.000Air Blank 00:21

0.077Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 02/29/2024 18:34

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:1602/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

22:33

Clearwater PD

DELATORRE-
CASTELLANO,OFC

06/05/2025

08223080A4

Clearwater PD

DELATORRE-CASTELLANO,OFC,

SWAFFORD

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.079Control Test 00:03

0.000Air Blank 00:03

# 1 0.040Subject Sample 00:03

1.363Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.040Subject Sample 00:06

2.222Breath Volume 00:06

0.000Air Blank 00:07

0.077Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 02/29/2024 18:34

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:2802/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:53

Largo PD

LOUX,SAGE

06/05/2025

08223080A4

Largo PD

SINGSON,ROLAND,A

PRENNINGER

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:40

0.000Air Blank 17:41

0.080Control Test 17:41

0.000Air Blank 17:41

# 1 0.208Subject Sample 17:43

1.917Breath Volume 17:43

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.198Subject Sample 17:46

1.378Breath Volume 17:46

0.000Air Blank 17:47

0.079Control Test 17:47

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 02/29/2024 18:34

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:5802/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:37

Clearwater PD

RAY,CASEY

06/05/2025

08223080A4

Clearwater PD

HURT,JONATHAN,R

PENCA CHAVEZ

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:13

0.080Control Test 21:13

0.000Air Blank 21:13

# 1 0.317Subject Sample 21:15

2.753Breath Volume 21:15

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.314Subject Sample 21:18

2.855Breath Volume 21:18

0.000Air Blank 21:19

0.079Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 02/29/2024 18:34

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:4102/27/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

19:34

Clearwater PD

CASEY,RAY

06/05/2025

08223080A4

Clearwater PD

HURT,JONATHAN,R

DENNIS

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

# 1 0.021Subject Sample 21:38

2.652Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.024Subject Sample 21:41

2.628Breath Volume 21:41

0.000Air Blank 21:41

0.080Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 02/29/2024 18:34

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:0902/28/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

06:10

Clearwater PD

STIERS,S

06/05/2025

08223080A4

Clearwater PD

STIERS,SETH,T

WHITE

01/15/2024

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:45

0.000Air Blank 06:46

0.080Control Test 06:46

0.000Air Blank 06:47

# 1Subject Sample 06:50 No Sample Provided

0.000Breath Volume 06:50

0.000Air Blank 06:50

0.000Air Blank 06:52

# 2Subject Sample 06:55 No Sample Provided

0.000Breath Volume 06:55

0.000Air Blank 06:56

0.080Control Test 06:56

0.000Air Blank 06:57

OKDiagnostics Check 06:57

Data Download Date/Time: 02/29/2024 18:34

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:4402/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:09

Palm Beach County SO

WARD,CHRISTOPHER

04/05/2025

06723080A5

Palm Beach County SO

MOODY,MARIA,R

SANON

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:22

# 1 0.069Subject Sample 20:23

1.304Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.070Subject Sample 20:27

1.640Breath Volume 20:27

0.000Air Blank 20:27

0.080Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:2202/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:46

Palm Beach County SO

WHITE,EDWARD

04/05/2025

06723080A5

Palm Beach County SO

O'NEAL,SHARI,L

ROBLERO MORALES

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.080Control Test 22:48

0.000Air Blank 22:49

# 1 0.148Subject Sample 22:50

1.812Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.151Subject Sample 22:53

2.011Breath Volume 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:2302/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:38

Palm Beach County SO

ZIMMERMAN,JONATHAN

04/05/2025

06723080A5

FHP Troop L

BELL,JOSHUA,J

ROMERO CRUZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

# 1 0.069Subject Sample 23:24

2.519Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.068Subject Sample 23:27

1.714Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:5802/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:50

Palm Beach County SO

SNELGROVE,DYLAN

04/05/2025

06723080A5

Palm Beach County SO

LEAHEY,THOMAS,H

DIAZ CABRERA

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:47

# 1 0.218Subject Sample 00:47

1.574Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:49

# 2 0.220Subject Sample 00:50

2.558Breath Volume 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0702/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:31

Palm Beach County SO

CISSON,JACKIE

04/05/2025

06723080A5

Palm Beach County SO

BELL,JOSHUA,J

MORALES RAMIREZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:03

0.000Air Blank 00:03

# 1 0.151Subject Sample 00:05

2.671Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.140Subject Sample 00:08

1.605Breath Volume 00:08

0.000Air Blank 00:09

0.078Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2802/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:30

Palm Beach County SO

NOEL,KENNETH

04/05/2025

06723080A5

Palm Beach County SO

O'NEAL,SHARI,L

DE LEON

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:22

0.000Air Blank 02:22

# 1 0.221Subject Sample 02:23

2.820Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.218Subject Sample 02:25

2.070Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1102/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:27

Palm Beach County SO

RENTERIA,ELIZABETH

04/05/2025

06723080A5

Palm Beach Gardens

O'NEAL,SHARI,L

MARTIN

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.130Subject Sample 03:30

1.437Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.127Subject Sample 03:33

2.531Breath Volume 03:33

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:1102/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:53

Palm Beach County SO

BENNETT,JONATHAN

04/05/2025

06723080A5

Palm Beach County SO

RAGIN,RENEE,M

LOPEZ FUENTES

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:58

0.080Control Test 18:58

0.000Air Blank 18:59

# 1 0.302Subject Sample 18:59

3.179Breath Volume 18:59

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.283Subject Sample 19:02

3.382Breath Volume 19:02

0.000Air Blank 19:03

0.080Control Test 19:03

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:2702/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

18:33

Palm Beach County SO

SENTMANAT,ADOLFO

04/05/2025

06723080A5

Palm Beach County SO

RAGIN,RENEE,M

RIVERS

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:55

# 1 0.164Subject Sample 19:55

1.703Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:58

# 2 0.165Subject Sample 19:58

1.613Breath Volume 19:58

0.000Air Blank 19:59

0.079Control Test 19:59

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:5302/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:04

Palm Beach County SO

CISSON,JACKIE

04/05/2025

06723080A5

Palm Beach County SO

RAGIN,RENEE,M

GALVIS GUTIERREZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.080Control Test 20:28

0.000Air Blank 20:28

# 1 0.168Subject Sample 20:29

1.714Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.169Subject Sample 20:33

2.265Breath Volume 20:33

0.000Air Blank 20:33

0.079Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:1902/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:53

Palm Beach County SO

NOEL,KENNETH

04/05/2025

06723080A5

Palm Beach County SO

BELL,JOSHUA,J

YEAGER

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1 0.144Subject Sample 02:47

1.773Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.147Subject Sample 02:50

2.628Breath Volume 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1702/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:29

Palm Beach County SO

SENTMANAT,ADOLFO

04/05/2025

06723080A5

Palm Beach County SO

O'NEAL,SHARI,L

VASQUEZ JUAREZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

# 1 0.129Subject Sample 03:32

2.449Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.129Subject Sample 03:35

2.710Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:3402/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:31

Palm Beach County SO

SNELGROVE,DYLAN

04/05/2025

06723080A5

Palm Beach County SO

LEAHEY,THOMAS,H

PENARAN

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:11

# 1 0.163Subject Sample 01:13

4.218Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.157Subject Sample 01:15

4.429Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:0202/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:50

Palm Beach County SO

ROSAS,DESIREE

04/05/2025

06723080A5

Boynton Beach PD

LEAHEY,THOMAS,H

CASANOVA

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

# 1 0.000Subject Sample 02:48

1.589Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.000Subject Sample 02:51

1.855Breath Volume 02:51

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:53

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0502/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:52

Palm Beach County SO

PAUL,CODY

04/05/2025

06723080A5

Palm Springs PD

LEAHEY,THOMAS,H

VICENTE ESCALANTE

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:58

# 1 0.174Subject Sample 02:02

1.113Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.174Subject Sample 02:07 Volume Not Met

0.183Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 3 0.171Subject Sample 02:10

1.878Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1402/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:49

Palm Beach County SO

MILORD,JHAMIL

04/05/2025

06723080A5

North Palm Beach

BELL,JOSHUA,J

HAYES

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

# 1 0.211Subject Sample 00:44

2.769Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.211Subject Sample 00:47

2.253Breath Volume 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2302/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:28

Palm Beach County SO

SENTMANAT,ADOLFO

04/05/2025

06723080A5

Palm Beach County SO

LEAHEY,THOMAS,H

ZAMBRANO RODRIGUEZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

# 1 0.182Subject Sample 01:20

1.480Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.187Subject Sample 01:23

2.324Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:0202/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:20

Palm Beach County SO

CISSON,JACKIE

04/05/2025

06723080A5

Palm Beach County SO

RAGIN,RENEE,M

LOPEZ JUAREZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1 0.232Subject Sample 23:28

2.539Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.228Subject Sample 23:31

2.085Breath Volume 23:31

0.000Air Blank 23:32

0.078Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:33

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:3602/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:01

04:28

Palm Beach County SO

CASTRO,JONATHAN

04/05/2025

06723080A5

Palm Beach Gardens

LEAHEY,THOMAS,H

MEDERO LOPEZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:30

0.080Control Test 05:30

0.000Air Blank 05:30

# 1 0.076Subject Sample 05:32

2.964Breath Volume 05:32

0.000Air Blank 05:32

0.000Air Blank 05:34

# 2 0.072Subject Sample 05:35

2.046Breath Volume 05:35

0.000Air Blank 05:35

0.079Control Test 05:35

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:0502/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:07

17:00

Palm Beach County SO

EUSTICE,JOSH

04/05/2025

06723080A5

FFWCC (West Palm)

RAGIN,RENEE,M

HIEMSTRA

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:31

0.080Control Test 18:31

0.000Air Blank 18:32

# 1 0.044Subject Sample 18:32

2.273Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:35

# 2 0.044Subject Sample 18:35

2.320Breath Volume 18:35

0.000Air Blank 18:36

0.080Control Test 18:36

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1802/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:10

Palm Beach County SO

ZIMMERMAN,JONATHAN

04/05/2025

06723080A5

FHP Troop L

BELL,JOSHUA,J

SAKS

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:06

# 1 0.154Subject Sample 00:07

4.769Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.150Subject Sample 00:10

4.984Breath Volume 00:10

0.000Air Blank 00:11

0.079Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 03/08/2024 16:51

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:0202/28/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

22:58

Palm Beach County SO

CISSON,JACKIE

04/05/2025

06723080A5

Palm Beach County SO

LEAHEY,THOMAS,H

PENATE RUGAMAS

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:05

# 1 0.125Subject Sample 00:08 Volume Not Met

0.585Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:10

# 2 0.152Subject Sample 00:11

2.203Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 3 0.148Subject Sample 00:14

1.937Breath Volume 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:16

Data Download Date/Time: 03/08/2024 16:52

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:0002/28/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:01

19:42

Palm Beach County SO

WARD,CHRISTOPHER

04/05/2025

06723080A5

Palm Beach County SO

RAGIN,RENEE,M

TEVALAN DE LEON

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:34

0.000Air Blank 20:35

0.080Control Test 20:35

0.000Air Blank 20:36

# 1 0.257Subject Sample 20:37

1.582Breath Volume 20:37

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.252Subject Sample 20:40

1.105Breath Volume 20:40

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:41

OKDiagnostics Check 20:42

Data Download Date/Time: 03/08/2024 16:52

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:4002/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:04

Palm Beach County SO

TARANOW,JESSEE

04/05/2025

06723080A5

Atlantis PD

LEAHEY,THOMAS,H

LEONOR

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

# 1 0.142Subject Sample 02:19

1.464Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.135Subject Sample 02:22

2.011Breath Volume 02:22

0.000Air Blank 02:22

0.075Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 03/08/2024 16:52

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:3302/13/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:41

FHP Troop F

LEDFORD,TAYLOR

07/26/2026

402806079

FHP Troop F

LEDFORD,TAYLOR,M

PETERSON

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.079Control Test 23:55

0.000Air Blank 23:55

# 2 0.112Subject Sample 23:57

2.593Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.108Subject Sample 00:01

2.164Breath Volume 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 03/19/2024 18:15

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0502/14/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:57

FHP Troop F

JABLONSKI,MARK

07/26/2026

402806079

FHP Troop F

JABLONSKI,MARK,A

DUNLOP

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

# 1 0.146Subject Sample 01:49

2.941Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.131Subject Sample 01:52

3.816Breath Volume 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 03/19/2024 18:15

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:4602/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

18:56

FHP Troop F

LEDFORD,TAYLOR

07/26/2026

402806079

FHP Troop F

LEDFORD,TAYLOR,M

HATCH

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:35

0.000Air Blank 20:35

0.079Control Test 20:35

0.000Air Blank 20:36

# 1 0.212Subject Sample 20:37

3.019Breath Volume 20:37

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.201Subject Sample 20:41

2.539Breath Volume 20:41

0.000Air Blank 20:41

0.077Control Test 20:42

0.000Air Blank 20:42

OKDiagnostics Check 20:42

Data Download Date/Time: 03/19/2024 18:15

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:4902/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:48

FHP Troop F

LEDFORD,TAYLOR

07/26/2026

402806079

FHP Troop F

LEDFORD,TAYLOR,M

BARTOLON PEREZ

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.078Control Test 03:10

0.000Air Blank 03:10

# 1 0.187Subject Sample 03:11

2.238Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.186Subject Sample 03:14

3.007Breath Volume 03:14

0.000Air Blank 03:14

0.078Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 03/19/2024 18:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:2602/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:05

FHP Troop F

LEDFORD,TAYLOR

07/26/2026

402806079

FHP Troop F

LEDFORD,TAYLOR,M

PIERREVILUS

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:23

# 1Subject Sample 23:24 Subject Test Refused

0.000Breath Volume 23:24

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 03/19/2024 18:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:0002/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

17:47

Manatee County SO

CLINE,GLENN

07/26/2026

402806079

Manatee County SO

CLINE,GLENN,

HERNANDEZ

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1 0.000Subject Sample 23:02

2.113Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2Subject Sample 23:05 Subject Test Refused

0.000Breath Volume 23:05

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:07

Data Download Date/Time: 03/19/2024 18:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:14:3802/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:47

10:30

FHP Troop F

GONZALEZ,JOEL

07/26/2026

402806079

FHP Troop F

GONZALEZ,JOEL,

FARR

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:08

0.000Air Blank 12:08

0.080Control Test 12:09

0.000Air Blank 12:09

# 1 0.000Subject Sample 12:10

2.773Breath Volume 12:10

0.000Air Blank 12:10

0.000Air Blank 12:12

# 2 0.000Subject Sample 12:13

3.402Breath Volume 12:13

0.000Air Blank 12:13

0.078Control Test 12:14

0.000Air Blank 12:14

OKDiagnostics Check 12:14

Data Download Date/Time: 03/19/2024 18:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:1202/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:26

FHP Troop F

JANSSEN,JACOB

07/26/2026

402806079

FHP Troop F

JANSSEN,JACOB,E

ROBINSON

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:08

# 1 0.208Subject Sample 02:09

1.792Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.210Subject Sample 02:12

2.066Breath Volume 02:12

0.000Air Blank 02:13

0.078Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 03/19/2024 18:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:2702/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:30

FHP Troop F

EHRHART,RYAN

07/26/2026

402806079

FHP Troop F

EHRHART,RYAN,A

PEREZ

02/11/2024

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:21

# 1Subject Sample 23:22 Subject Test Refused

0.000Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 03/19/2024 18:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-001865CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5002/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:41

Lakeland PD

RIGGALL,NICHOLAS

09/05/2025

14323080A3

Lakeland PD

RIGGALL,NICHOLAS,S

FIELDS

01/29/2024

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

# 1 0.190Subject Sample 03:13

1.554Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.189Subject Sample 03:16

1.531Breath Volume 03:16

0.000Air Blank 03:16

0.079Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 02/26/2024 14:08

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002097CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:43:0502/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:09

11:58

NAS Jacksonville PD

KOMISAR,WILLIAM

02/25/2025

01923080A4

NAS Jacksonville PD

CHILSON,DOUGLAS,R

SHELTON

01/30/2024

8100.27

NAS JACKSONVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:35

0.000Air Blank 12:35

0.080Control Test 12:35

0.000Air Blank 12:36

# 1 0.211Subject Sample 12:37

1.160Breath Volume 12:37

0.000Air Blank 12:38

0.000Air Blank 12:39

# 2 0.222Subject Sample 12:41

2.175Breath Volume 12:41

0.000Air Blank 12:42

0.079Control Test 12:42

0.000Air Blank 12:43

OKDiagnostics Check 12:43

Data Download Date/Time: 02/23/2024 10:20

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:04:0302/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

05:10

05:10

NAS KEY WEST

SCOTT,CODY

06/18/2025

1514466

NAS KEY WEST

ANDERSON,LEE,B

CLARK

01/25/2024

8100.27

NAS KEY WEST

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:57

0.000Air Blank 06:58

0.079Control Test 06:58

0.000Air Blank 06:58

# 1 0.125Subject Sample 06:59

3.316Breath Volume 06:59

0.000Air Blank 07:00

0.000Air Blank 07:01

# 2 0.127Subject Sample 07:02

1.722Breath Volume 07:02

0.000Air Blank 07:03

0.078Control Test 07:03

0.000Air Blank 07:03

OKDiagnostics Check 07:04

Data Download Date/Time: 04/03/2024 11:07

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:5402/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:08

New Smyrna Beach PD

HANSEN,AARON

10/05/2025

24923080A4

New Smyrna Beach PD

ISHIKAWA,JORDAN,L

CRUZ

01/26/2024

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.080Control Test 18:51

0.000Air Blank 18:52

# 1 0.203Subject Sample 18:55 Volume Not Met

0.285Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:57

# 2 0.193Subject Sample 19:01 Volume Not Met

1.027Breath Volume 19:01

0.000Air Blank 19:01

0.078Control Test 19:02

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 02/24/2024 09:06

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3702/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:46

Miami Beach PD

TUCCI,JOSE

06/27/2025

402477284

Miami Beach PD

TUCCI,JOSE,F

VILLABLANCA

02/15/2024

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:39

0.078Control Test 00:39

0.000Air Blank 00:40

# 1 0.138Subject Sample 00:40

2.628Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.140Subject Sample 00:44

2.304Breath Volume 00:44

0.000Air Blank 00:44

0.078Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 03/05/2024 15:15

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:5602/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:21

Miami Beach PD

LAGOS,GUILLERMO

06/27/2025

402477284

Miami Beach PD

CREWS,CURTIS,L

ABU JABER

02/15/2024

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.078Control Test 02:13

0.000Air Blank 02:14

# 1 0.183Subject Sample 02:15

1.273Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:17

# 2 0.197Subject Sample 02:18

1.468Breath Volume 02:18

0.000Air Blank 02:19

0.077Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 03/05/2024 15:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:5802/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:31

Miami Beach PD

HAUTRIVE,SPENCER

06/27/2025

402477284

Miami Beach PD

TUCCI,JOSE,F

KHALLADI

02/15/2024

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

# 1 0.131Subject Sample 23:18

1.777Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.116Subject Sample 23:21

1.441Breath Volume 23:21

0.000Air Blank 23:22

0.078Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 03/05/2024 15:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:0002/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:37

Miami Beach PD

MILLER,BRANDON

06/27/2025

402477284

Miami Beach PD

MILLER,BRANDON,L

BERMUDEZ

02/15/2024

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

# 1Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:09

Data Download Date/Time: 03/05/2024 15:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:42:4502/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:18

11:51

Miami Beach PD

ALLEYNE,DAVANO

06/27/2025

402477284

Miami Beach PD

ALLEYNE,DAVANO,L

FABBRI

02/15/2024

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:39

0.000Air Blank 12:40

0.078Control Test 12:40

0.000Air Blank 12:40

# 1Subject Sample 12:41 Subject Test Refused

0.000Breath Volume 12:41

0.000Air Blank 12:41

0.078Control Test 12:42

0.000Air Blank 12:42

OKDiagnostics Check 12:42

Data Download Date/Time: 03/05/2024 15:16

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002464CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:2602/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:10

Hialeah PD

HERRERA,JACOBO

05/09/2025

402370890

Hialeah PD

DELGADO,ERICK,

PORRAS VITON

02/08/2024

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

Air Blank 21:25 RFI Detect

Air Blank 21:25 RFI Detect

Data Download Date/Time: 03/08/2024 10:37

15 April 2024

COBRA ©1997-2014 CMI, Inc.



80-002464CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:5502/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:10

Hialeah PD

HERRERA,JACOBO

05/09/2025

402370890

Hialeah PD

DELGADO,ERICK,

PORRAS VITON

02/08/2024

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.078Control Test 21:28

0.000Air Blank 21:29

# 1Subject Sample 21:29 Subject Test Refused

0.000Breath Volume 21:29

0.000Air Blank 21:30

0.078Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 03/08/2024 10:37

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002464CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:4902/14/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

06:10

Hialeah PD

ERCOLE,SALVATORE

05/09/2025

402370890

Hialeah PD

MEDINA,ALEXIS,

LOPEZ ZUNIGA

02/08/2024

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:58

0.000Air Blank 06:59

0.078Control Test 06:59

0.000Air Blank 07:00

# 1Subject Sample 07:00 Subject Test Refused

0.000Breath Volume 07:00

0.000Air Blank 07:00

0.077Control Test 07:01

0.000Air Blank 07:01

OKDiagnostics Check 07:01

Data Download Date/Time: 03/08/2024 10:37

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-002464CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:39:4002/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:09

05:30

Hialeah PD

SALVATORE,ERCOLE

05/09/2025

402370890

Hialeah PD

MEDINA,JUAN,A

SORI HERNANDEZ

02/08/2024

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:37

0.000Air Blank 06:37

0.079Control Test 06:37

0.000Air Blank 06:38

# 1Subject Sample 06:39 Sequence Aborted

0.000Breath Volume 06:39

Air Blank 06:39 RFI Detect

Data Download Date/Time: 03/08/2024 10:37

15 April 2024

COBRA ©1997-2014 CMI, Inc.



80-002464CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:3602/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:09

05:30

Hialeah PD

SALVATORE,ERCOLE

05/09/2025

402370890

Hialeah PD

MEDINA,JUAN,A

SORI HERNANDEZ

02/08/2024

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:41

0.000Air Blank 06:41

0.077Control Test 06:42

0.000Air Blank 06:42

# 1 0.173Subject Sample 06:44

1.281Breath Volume 06:44

0.000Air Blank 06:45

0.000Air Blank 06:46

# 2 0.170Subject Sample 06:47

1.199Breath Volume 06:47

0.000Air Blank 06:48

0.075Control Test 06:48

0.000Air Blank 06:49

OKDiagnostics Check 06:49

Data Download Date/Time: 03/08/2024 10:37

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:04:0002/20/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:34

15:34

Panama City Beach PD

MOSS,ROBERT

01/25/2026

402635303

Panama City Beach PD

MOSS,ROBERT,R

HOLDER

02/08/2024

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:54

0.000Air Blank 15:55

0.080Control Test 15:55

0.000Air Blank 15:55

# 1 0.258Subject Sample 15:56

1.843Breath Volume 15:56

0.000Air Blank 15:56

0.000Air Blank 15:58

# 2 0.288Subject Sample 15:59

1.820Breath Volume 15:59

0.000Air Blank 16:00

0.000Air Blank 16:01

# 3 0.281Subject Sample 16:02

1.441Breath Volume 16:02

0.000Air Blank 16:03

0.080Control Test 16:03

0.000Air Blank 16:03

OKDiagnostics Check 16:04

Data Download Date/Time: 03/25/2024 13:24

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:5802/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

03:03

Sweetwater PD

FERNANDEZ,O

01/15/2025

402310313

Sweetwater PD

FERNANDEZ,O,

MORALES

01/25/2024

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:56

0.000Air Blank 05:56

0.080Control Test 05:56

0.000Air Blank 05:57

# 1Subject Sample 05:57 Subject Test Refused

0.000Breath Volume 05:57

0.000Air Blank 05:58

0.080Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 02/29/2024 08:48

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1302/02/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:44

Hillsborough Co SO

BAAR,J

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

PHELPS

01/03/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.083Control Test 03:24

0.000Air Blank 03:25

# 1 0.168Subject Sample 03:26

2.171Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.159Subject Sample 03:29

1.644Breath Volume 03:29

0.000Air Blank 03:30

0.083Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 02/02/2024 08:48

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:5002/02/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:21

Hillsborough Co SO

LANDRY,G

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

MOYA OCHOA

01/03/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.083Control Test 04:08

0.000Air Blank 04:09

# 1Subject Sample 04:12 Subject Test Refused

0.000Breath Volume 04:12

0.000Air Blank 04:12

0.083Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 02/02/2024 08:48

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:2102/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:22

Hillsborough Co SO

HERNANDEZ,S

06/05/2025

08223080A4

Hillsborough Co SO

KROME,BRITTNEY,M

JACKSON JR

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.082Control Test 02:20

0.000Air Blank 02:21

# 1 0.146Subject Sample 02:21

1.148Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.149Subject Sample 02:24

2.019Breath Volume 02:24

0.000Air Blank 02:25

0.082Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:3902/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:15

Hillsborough Co SO

BURKE,B

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

DELGADO MENA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.082Control Test 03:03

0.000Air Blank 03:04

# 1 0.170Subject Sample 03:05

2.191Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.168Subject Sample 03:09

2.429Breath Volume 03:09

0.000Air Blank 03:09

0.081Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:0902/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:06

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

KROME,BRITTNEY,M

ASKIEW

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

# 1Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:1502/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:36

Hillsborough Co SO

WILSON,N

06/05/2025

08223080A4

Tampa PD

KROME,BRITTNEY,M

CARRASCO CARRASCO

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:25

0.082Control Test 05:25

0.000Air Blank 05:26

# 1 0.178Subject Sample 05:26

1.550Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.181Subject Sample 05:29

2.437Breath Volume 05:29

0.000Air Blank 05:30

0.082Control Test 05:30

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:28:1702/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:01

04:59

Hillsborough Co SO

CARRASCOL,A

06/05/2025

08223080A4

FHP Troop C

JONES,MINDY,L

PATISTAN-DIAZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:21

0.000Air Blank 06:22

0.082Control Test 06:22

0.000Air Blank 06:22

# 1 0.079Subject Sample 06:23

1.246Breath Volume 06:23

0.000Air Blank 06:24

0.000Air Blank 06:26

# 2 0.071Subject Sample 06:26

1.128Breath Volume 06:26

0.000Air Blank 06:27

0.080Control Test 06:27

0.000Air Blank 06:28

OKDiagnostics Check 06:28

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:29:1702/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:57

07:30

Hillsborough Co SO

REICHERT,C

06/05/2025

08223080A4

Hillsborough Co SO

SNYDER,MELONIE,E

DAVIS II

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:19

0.000Air Blank 08:20

0.082Control Test 08:20

0.000Air Blank 08:21

# 1 0.194Subject Sample 08:21

1.972Breath Volume 08:21

0.000Air Blank 08:22

0.000Air Blank 08:24

# 2 0.169Subject Sample 08:24

1.355Breath Volume 08:24

0.000Air Blank 08:25

0.000Air Blank 08:27

# 3 0.173Subject Sample 08:27

2.136Breath Volume 08:27

0.000Air Blank 08:28

0.081Control Test 08:28

0.000Air Blank 08:29

OKDiagnostics Check 08:29

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:0602/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

20:59

Hillsborough Co SO

HERNANDEZ,S

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

NEWTON

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.082Control Test 22:09

0.000Air Blank 22:10

# 1 0.214Subject Sample 22:13

2.007Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.201Subject Sample 22:16

2.527Breath Volume 22:16

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:1502/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:28

Hillsborough Co SO

HERNANDEZ,S

06/05/2025

08223080A4

Hillsborough Co SO

PIERCEY,JANICE,F

STICKLEY

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.082Control Test 02:08

0.000Air Blank 02:09

# 1Subject Sample 02:12 No Sample Provided

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2Subject Sample 02:17 No Sample Provided

0.000Breath Volume 02:17

0.000Air Blank 02:18

0.082Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:3402/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:58

Hillsborough Co SO

BLANCHARD,J

06/05/2025

08223080A4

Tampa PD

MONTGOMERY,ALECIA,L

CRUZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.081Control Test 04:49

0.000Air Blank 04:49

# 1 0.143Subject Sample 04:51

1.601Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.140Subject Sample 04:54

1.433Breath Volume 04:54

0.000Air Blank 04:55

0.081Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:1002/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

05:02

Tampa PD

FRUEH,D

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

MURRAY

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:43

0.082Control Test 05:43

0.000Air Blank 05:44

# 1 0.193Subject Sample 05:45

5.242Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.184Subject Sample 05:48

4.039Breath Volume 05:48

0.000Air Blank 05:49

0.080Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:2502/05/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:44

Hillsborough Co SO

LIGGINS,A

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

FLORENTINO RIVERA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.082Control Test 02:54

0.000Air Blank 02:54

# 1Subject Sample 02:57 Subject Test Refused

0.000Breath Volume 02:57

0.000Air Blank 02:57

0.083Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2602/05/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:52

Hillsborough Co SO

WILLIAMS,P

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GOMEZ ORTIZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:19

0.082Control Test 22:19

0.000Air Blank 22:20

# 1 0.088Subject Sample 22:22

1.980Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.091Subject Sample 22:25

1.859Breath Volume 22:25

0.000Air Blank 22:26

0.082Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:4402/06/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:11

Plant City PD

PIERRE,C

06/05/2025

08223080A4

Plant City PD

PIERCEY,JANICE,F

O'NEAL

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.081Control Test 01:53

0.000Air Blank 01:53

# 1 0.092Subject Sample 01:56 Volume Not Met

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:01

0.082Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 03/06/2024 15:39

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:3602/07/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:13

Hillsborough Co SO

TELLEZ-ALFARO,D

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

AGUILAR GOMEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.083Control Test 00:31

0.000Air Blank 00:31

# 1 0.229Subject Sample 00:32

2.187Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.231Subject Sample 00:35

1.445Breath Volume 00:35

0.000Air Blank 00:36

0.082Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:5802/07/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:50

Hillsborough Co SO

SNAGGS,S

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

ROCKHILL

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.084Control Test 01:42

0.000Air Blank 01:43

# 1 0.211Subject Sample 01:44

1.714Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.221Subject Sample 01:47

2.414Breath Volume 01:47

0.000Air Blank 01:48

0.082Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:35:4202/07/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:07

11:58

Hillsborough Co SO

HAIRSTON,B

06/05/2025

08223080A4

FHP Troop C

KNOX,STEPHANIE,R

CROOKS

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:28

0.000Air Blank 13:28

0.084Control Test 13:28

0.000Air Blank 13:29

# 1 0.175Subject Sample 13:30

1.273Breath Volume 13:30

0.000Air Blank 13:31

0.000Air Blank 13:33

# 2 0.176Subject Sample 13:34

1.253Breath Volume 13:34

0.000Air Blank 13:34

0.082Control Test 13:35

0.000Air Blank 13:35

OKDiagnostics Check 13:35

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:3002/07/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:11

Hillsborough Co SO

LIGGINS,A

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

TORRES CABRERA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.082Control Test 23:11

0.000Air Blank 23:12

# 1 0.106Subject Sample 23:15 Volume Not Met

0.265Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:17

# 2 0.118Subject Sample 23:18

1.394Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:20

# 3 0.119Subject Sample 23:21

1.914Breath Volume 23:21

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:1002/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:54

Hillsborough Co SO

SNAGGS,S

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

HALE

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.082Control Test 02:41

0.000Air Blank 02:41

# 1 0.191Subject Sample 02:42

1.300Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 2 0.192Subject Sample 02:46

2.183Breath Volume 02:46

0.000Air Blank 02:47

0.082Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:4702/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:08

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

KROME,BRITTNEY,M

DOYLE

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.083Control Test 03:47

0.000Air Blank 03:47

# 1 0.211Subject Sample 03:48

1.480Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.237Subject Sample 03:51

3.246Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 3 0.224Subject Sample 03:54

2.972Breath Volume 03:54

0.000Air Blank 03:54

0.082Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:4702/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:35

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

YUMAN ROMERO,ANGIE,A

JONES

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:44

0.082Control Test 20:44

0.000Air Blank 20:44

# 1 0.000Subject Sample 20:46

1.167Breath Volume 20:46

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.000Subject Sample 20:49

1.332Breath Volume 20:49

0.000Air Blank 20:49

0.082Control Test 20:50

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:2202/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:30

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

MONTGOMERY,ALECIA,L

KALISH

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.081Control Test 21:22

0.000Air Blank 21:23

# 1Subject Sample 21:23 Subject Test Refused

0.000Breath Volume 21:23

0.000Air Blank 21:24

0.082Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:1702/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:31

Hillsborough Co SO

LIGGINS,A

06/05/2025

08223080A4

Hillsborough Co SO

PIERCEY,JANICE,F

LOPEZ JIMENEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.082Control Test 23:21

0.000Air Blank 23:21

# 1 0.159Subject Sample 23:23

1.437Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.168Subject Sample 23:26

2.652Breath Volume 23:26

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:4502/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:02

Hillsborough Co SO

GARNER,W

06/05/2025

08223080A4

Hillsborough Co SO

PIERCEY,JANICE,F

DUGARTE MARQUEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.083Control Test 00:10

0.000Air Blank 00:11

# 1 0.133Subject Sample 00:14 Volume Not Met

0.878Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:16

# 2 0.125Subject Sample 00:19

1.855Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:21

# 3 0.142Subject Sample 00:23

2.089Breath Volume 00:23

0.000Air Blank 00:23

0.081Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3102/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:48

Hillsborough Co SO

RENDON,D

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

PEREZ MORALES

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.082Control Test 02:49

0.000Air Blank 02:49

# 1 0.216Subject Sample 02:51

3.222Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.217Subject Sample 02:53

2.855Breath Volume 02:53

0.000Air Blank 02:54

0.082Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:5602/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:40

Hillsborough Co SO

KISS,L

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HERNANDEZ PARRA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.082Control Test 04:37

0.000Air Blank 04:38

# 1 0.110Subject Sample 04:39

2.226Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:41

# 2 0.106Subject Sample 04:42

1.367Breath Volume 04:42

0.000Air Blank 04:43

0.081Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:5802/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

04:22

Hillsborough Co SO

DIBIASE,J

06/05/2025

08223080A4

Hillsborough Co SO

PIERCEY,JANICE,F

BUSTOS MUNOZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:41

0.000Air Blank 05:42

0.082Control Test 05:42

0.000Air Blank 05:43

# 1 0.171Subject Sample 05:44

1.531Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:46

# 2 0.161Subject Sample 05:47

1.433Breath Volume 05:47

0.000Air Blank 05:48

0.081Control Test 05:48

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:3302/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

03:50

Hillsborough Co SO

DURHAM,C

06/05/2025

08223080A4

FHP Troop C

YUMAN ROMERO,ANGIE,A

GRIFFITH

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:56

0.000Air Blank 05:56

0.081Control Test 05:57

0.000Air Blank 05:57

# 1 0.134Subject Sample 05:58

2.457Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.132Subject Sample 06:01

2.335Breath Volume 06:01

0.000Air Blank 06:02

0.082Control Test 06:02

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:3002/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:24

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

HERNANDEZ GONZALEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.082Control Test 01:03

0.000Air Blank 01:04

# 1 0.000Subject Sample 01:06

2.453Breath Volume 01:06

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.000Subject Sample 01:09

2.687Breath Volume 01:09

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0302/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:30

Hillsborough Co SO

TELLEZ-ALFARO,D

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

PEC BO

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.082Control Test 02:06

0.000Air Blank 02:06

# 1 0.219Subject Sample 02:07

2.273Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.212Subject Sample 02:10

2.320Breath Volume 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:12

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5402/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:27

Hillsborough Co SO

WILSON,N

06/05/2025

08223080A4

Tampa PD

KROME,BRITTNEY,M

DIEFENDORF

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.082Control Test 03:04

0.000Air Blank 03:04

# 1 0.124Subject Sample 03:05

4.253Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.119Subject Sample 03:08

3.281Breath Volume 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4102/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:33

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

ARREOLA ALEGRIA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.081Control Test 03:15

0.000Air Blank 03:15

# 1 0.094Subject Sample 03:16

1.511Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.096Subject Sample 03:20

2.242Breath Volume 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:3602/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:56

Hillsborough Co SO

TRUJILLO,M

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

RUIZ GOMEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

# 1 0.185Subject Sample 03:46

2.480Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.190Subject Sample 03:49

2.445Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:3802/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:29

Hillsborough Co SO

GARNER,W

06/05/2025

08223080A4

Hillsborough Co SO

JONES,MINDY,L

CARBALLO MACHADO

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.081Control Test 05:09

0.000Air Blank 05:10

# 1 0.102Subject Sample 05:12

1.386Breath Volume 05:12

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.106Subject Sample 05:15

1.652Breath Volume 05:15

0.000Air Blank 05:15

0.081Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:5602/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:44

05:26

Hillsborough Co SO

TRUJILLO,M

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

GREVEN

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.081Control Test 06:05

0.000Air Blank 06:06

# 1 0.177Subject Sample 06:07

3.253Breath Volume 06:07

0.000Air Blank 06:08

0.000Air Blank 06:09

# 2 0.180Subject Sample 06:10

2.511Breath Volume 06:10

0.000Air Blank 06:11

0.081Control Test 06:11

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:3402/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:08

05:26

Hillsborough Co SO

PENA,E

06/05/2025

08223080A4

U of So FL Campus PD

KROME,BRITTNEY,M

HOWARD

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:28

0.000Air Blank 06:28

0.081Control Test 06:29

0.000Air Blank 06:29

# 1 0.113Subject Sample 06:31

1.484Breath Volume 06:31

0.000Air Blank 06:31

0.000Air Blank 06:33

# 2 0.113Subject Sample 06:34

1.281Breath Volume 06:34

0.000Air Blank 06:35

0.081Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 03/06/2024 15:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:1302/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:27

Hillsborough Co SO

VAN-TREESE,S

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

GOSULE

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.083Control Test 23:08

0.000Air Blank 23:08

# 1 0.137Subject Sample 23:09

2.066Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.139Subject Sample 23:12

1.804Breath Volume 23:12

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:1902/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:54

Hillsborough Co SO

ALVA ARIAS,K

06/05/2025

08223080A4

Hillsborough Co SO

JONES,MINDY,L

EMMONS

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.081Control Test 00:35

0.000Air Blank 00:36

# 1 0.141Subject Sample 00:38

1.238Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.138Subject Sample 00:41

1.261Breath Volume 00:41

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:2302/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

00:43

00:12

Hillsborough Co SO

SNAGGS,S

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

MOSLEY

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.081Control Test 01:04

0.000Air Blank 01:05

# 1 0.166Subject Sample 01:05

1.949Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.165Subject Sample 01:08

2.355Breath Volume 01:08

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4302/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:37

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

JONES

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.081Control Test 02:19

0.000Air Blank 02:19

# 1 0.178Subject Sample 02:21

1.628Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.158Subject Sample 02:26 Volume Not Met

0.550Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 3 0.169Subject Sample 02:32

1.636Breath Volume 02:32

0.000Air Blank 02:32

0.079Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5002/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:34

Hillsborough Co SO

TRUJILLO,M

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

SMITH PENA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.080Control Test 04:33

0.000Air Blank 04:33

# 1Subject Sample 04:34 Slope Not Met

0.917Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:4102/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:34

Hillsborough Co SO

TRUJILLO,M

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

SMITH PENA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.081Control Test 04:38

0.000Air Blank 04:38

# 1 0.202Subject Sample 04:40

1.902Breath Volume 04:40

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.200Subject Sample 04:43

2.003Breath Volume 04:43

0.000Air Blank 04:43

0.080Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:4002/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

03:34

Hillsborough Co SO

TRUJILLO,M

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

SMITH PENA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:10

# 1 0.183Subject Sample 05:11

1.921Breath Volume 05:11

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.190Subject Sample 05:14

2.363Breath Volume 05:14

0.000Air Blank 05:14

0.080Control Test 05:15

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:1302/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

04:49

Hillsborough Co SO

WILSON,N

06/05/2025

08223080A4

Tampa PD

KROME,BRITTNEY,M

DIAZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:39

0.000Air Blank 05:39

0.081Control Test 05:39

0.000Air Blank 05:40

# 1 0.199Subject Sample 05:42

1.390Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:45

# 2 0.211Subject Sample 05:46

1.851Breath Volume 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:13:2202/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:34

10:53

Hillsborough Co SO

ROMAN,T

06/05/2025

08223080A4

Hillsborough Co SO

SIMMONS,ANGELA,V

FIEBIG

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:58

0.000Air Blank 10:59

0.081Control Test 10:59

0.000Air Blank 11:00

# 1 0.014Subject Sample 11:00

4.015Breath Volume 11:00

0.000Air Blank 11:01

0.000Air Blank 11:03

# 2Subject Sample 11:06 No Sample Provided

0.000Breath Volume 11:06

0.000Air Blank 11:06

0.000Air Blank 11:08

# 3Subject Sample 11:11 No Sample Provided

0.000Breath Volume 11:11

0.000Air Blank 11:12

0.082Control Test 11:12

0.000Air Blank 11:13

OKDiagnostics Check 11:13

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5402/13/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:27

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

TORRES

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.082Control Test 01:20

0.000Air Blank 01:21

# 1 0.083Subject Sample 01:22

1.425Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.087Subject Sample 01:25

1.187Breath Volume 01:25

0.000Air Blank 01:25

0.081Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:36:5002/13/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

17:28

Hillsborough Co SO

CROSBY,J

06/05/2025

08223080A4

Seminole Res (Hills)

SNYDER,MELONIE,E

GALLANT

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.082Control Test 18:31

0.000Air Blank 18:31

# 1 0.299Subject Sample 18:32

1.953Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:34

# 2 0.299Subject Sample 18:35

2.203Breath Volume 18:35

0.000Air Blank 18:35

0.081Control Test 18:36

0.000Air Blank 18:36

OKDiagnostics Check 18:36

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2802/14/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:36

Hillsborough Co SO

GONZALEZ,C

06/05/2025

08223080A4

FHP Troop C

YUMAN ROMERO,ANGIE,A

QUINONES

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.082Control Test 03:41

0.000Air Blank 03:42

# 1 0.095Subject Sample 03:44

1.210Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.092Subject Sample 03:49

1.847Breath Volume 03:49

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:5702/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:09

Hillsborough Co SO

FLINT,J

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GARCIA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.082Control Test 00:05

0.000Air Blank 00:06

# 1 0.104Subject Sample 00:07

1.363Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.099Subject Sample 00:10

2.378Breath Volume 00:10

0.000Air Blank 00:11

0.082Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0502/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:36

Hillsborough Co SO

ABROMAVICIUS,A

06/05/2025

08223080A4

Hillsborough Co SO

PIERCEY,JANICE,F

GARCIA-GALVAN

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.083Control Test 03:31

0.000Air Blank 03:31

# 1 0.000Subject Sample 03:32

1.113Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.000Subject Sample 03:35

1.789Breath Volume 03:35

0.000Air Blank 03:36

0.082Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:37

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3702/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:41

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

KROME,BRITTNEY,M

LANE

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.082Control Test 03:24

0.000Air Blank 03:25

# 1 0.154Subject Sample 03:25

2.691Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.155Subject Sample 03:29

3.253Breath Volume 03:29

0.000Air Blank 03:29

0.081Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0402/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:37

Hillsborough Co SO

TELLEZ-ALFARO,D

06/05/2025

08223080A4

Hillsborough Co SO

JONES,MINDY,L

WATSON

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.082Control Test 04:02

0.000Air Blank 04:02

# 1 0.217Subject Sample 04:05

1.613Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.224Subject Sample 04:08

1.832Breath Volume 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:10

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:4502/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:33

Hillsborough Co SO

CARRASCO,A

06/05/2025

08223080A4

FHP Troop C

GANT,TIFFANY,

MARTINEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:41

0.082Control Test 19:41

0.000Air Blank 19:42

# 1 0.000Subject Sample 19:43

2.699Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.000Subject Sample 19:46

1.976Breath Volume 19:46

0.000Air Blank 19:46

0.081Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:5202/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:59

Hillsborough Co SO

SNAGGS,S

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

ALBERGO

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:42

0.081Control Test 21:42

0.000Air Blank 21:43

# 1 0.125Subject Sample 21:44

1.703Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:46

# 2 0.108Subject Sample 21:47

1.531Breath Volume 21:47

0.000Air Blank 21:47

0.081Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:3802/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:51

Hillsborough Co SO

LEISCH,B

06/05/2025

08223080A4

Hillsborough Co SO

JONES,MINDY,L

HARRISON

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.082Control Test 00:24

0.000Air Blank 00:25

# 1 0.181Subject Sample 00:26

1.984Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.177Subject Sample 00:29

1.226Breath Volume 00:29

0.000Air Blank 00:29

0.081Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5302/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

23:49

Hillsborough Co SO

WASHINGTON,D

06/05/2025

08223080A4

Hillsborough Co SO

WASHINGTON,DESMAND,M

REYES CARRANZA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.081Control Test 01:17

0.000Air Blank 01:17

# 1 0.180Subject Sample 01:18

2.089Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.192Subject Sample 01:23

2.320Breath Volume 01:23

0.000Air Blank 01:23

0.080Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:4402/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:04

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

WALKER

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:52

# 1 0.160Subject Sample 01:54

2.289Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.166Subject Sample 01:58

2.964Breath Volume 01:58

0.000Air Blank 01:58

0.081Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3602/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:43

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

SLY III

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1 0.165Subject Sample 03:27 Volume Not Met

0.406Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:29

# 2 0.145Subject Sample 03:32 Volume Not Met

0.113Breath Volume 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 03/06/2024 15:41

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1002/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:43

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

SLY III

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1Subject Sample 03:39 Subject Test Refused

0.371Breath Volume 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:0802/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:39

Hillsborough Co SO

RENDON,D

06/05/2025

08223080A4

Hillsborough Co SO

JONES,MINDY,L

TORRES MUNOZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.196Subject Sample 03:47

2.660Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:49

# 2 0.186Subject Sample 03:50

2.824Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:1202/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:35

Hillsborough Co SO

WASHINGTON,D

06/05/2025

08223080A4

Hillsborough Co SO

WASHINGTON,DESMAND,M

MCKAY

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:40

# 1 0.214Subject Sample 04:41

2.773Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:43

# 2 0.215Subject Sample 04:44

2.667Breath Volume 04:44

0.000Air Blank 04:45

0.081Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:5202/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:24

Hillsborough Co SO

CLARK,I

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

ECHEVARRIA GUEVARA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:52

0.082Control Test 19:52

0.000Air Blank 19:53

# 1 0.238Subject Sample 19:54

1.792Breath Volume 19:54

0.000Air Blank 19:55

0.000Air Blank 19:57

# 2 0.228Subject Sample 19:58

1.218Breath Volume 19:58

0.000Air Blank 19:58

0.080Control Test 19:59

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:4602/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:37

Hillsborough Co SO

WASHINGTON,D

06/05/2025

08223080A4

Hillsborough Co SO

WASHINGTON,DESMAND,M

SANFORD JR

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.081Control Test 22:38

0.000Air Blank 22:39

# 1Subject Sample 22:39 Subject Test Refused

0.000Breath Volume 22:39

0.000Air Blank 22:39

0.081Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:2302/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:11

Hillsborough Co SO

CLARK,I

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

MAYORASGO RAYO

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.081Control Test 04:20

0.000Air Blank 04:20

# 1 0.207Subject Sample 04:21

3.496Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.206Subject Sample 04:24

2.656Breath Volume 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:21:5202/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

08:27

Hillsborough Co SO

NIEMAN,D

06/05/2025

08223080A4

FHP Troop C

SNYDER,MELONIE,E

TERAN IBARRA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:15

0.000Air Blank 09:16

0.081Control Test 09:16

0.000Air Blank 09:16

# 1 0.151Subject Sample 09:17

2.621Breath Volume 09:17

0.000Air Blank 09:18

0.000Air Blank 09:19

# 2 0.156Subject Sample 09:20

2.582Breath Volume 09:20

0.000Air Blank 09:20

0.081Control Test 09:21

0.000Air Blank 09:21

OKDiagnostics Check 09:21

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:1802/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:50

Hillsborough Co SO

HERNANDEZ,S

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GRIFFIN

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.082Control Test 22:42

0.000Air Blank 22:42

# 1 0.145Subject Sample 22:43

1.640Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.139Subject Sample 22:46

1.570Breath Volume 22:46

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:3702/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:41

Tampa PD

BAILEY,D

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

ABERNATHY

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.082Control Test 01:31

0.000Air Blank 01:32

# 1 0.170Subject Sample 01:33

2.457Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.167Subject Sample 01:36

2.230Breath Volume 01:36

0.000Air Blank 01:36

0.081Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:3602/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:09

Hillsborough Co SO

WASHINGTON,D

06/05/2025

08223080A4

Hillsborough Co SO

WASHINGTON,DESMAND,M

RODRIGUEZ SUAREZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.082Control Test 03:03

0.000Air Blank 03:04

# 1 0.095Subject Sample 03:05

1.449Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.094Subject Sample 03:09

2.203Breath Volume 03:09

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0302/20/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:33

Hillsborough Co SO

BAAR,J

06/05/2025

08223080A4

Tampa PD

YUMAN ROMERO,ANGIE,A

GONGORA RODRIGUEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:17

# 1 0.167Subject Sample 03:18

1.355Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:20

# 2 0.180Subject Sample 03:21

1.500Breath Volume 03:21

0.000Air Blank 03:22

0.082Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:23

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0602/20/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:08

Hillsborough Co SO

VAN-TREESE,S

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

SHEFFIELD

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.082Control Test 23:07

0.000Air Blank 23:07

# 1Subject Sample 23:11 No Sample Provided

0.000Breath Volume 23:11

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2Subject Sample 23:16 No Sample Provided

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.083Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0902/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:40

Hillsborough Co SO

BADEN,T

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

FLEMINGS

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.083Control Test 02:43

0.000Air Blank 02:44

# 1 0.084Subject Sample 02:45

1.832Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.082Subject Sample 02:48

1.921Breath Volume 02:48

0.000Air Blank 02:49

0.083Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:5302/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:09

Hillsborough Co SO

HERNANDEZ,S

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

ALLEN III

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.083Control Test 23:09

0.000Air Blank 23:10

# 1Subject Sample 23:11 Subject Test Refused

0.000Breath Volume 23:11

0.000Air Blank 23:11

0.083Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:0102/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:55

Hillsborough Co SO

MILILLO,M

06/05/2025

08223080A4

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

MCDONOUGH

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.082Control Test 04:52

0.000Air Blank 04:53

# 1Subject Sample 04:54 Subject Test Refused

0.000Breath Volume 04:54

0.000Air Blank 04:55

0.083Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:56

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:4702/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

05:02

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

MONTGOMERY,ALECIA,L

CHISOLM

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:48

0.000Air Blank 05:49

0.083Control Test 05:49

0.000Air Blank 05:50

# 1 0.196Subject Sample 05:51

2.152Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:53

# 2 0.190Subject Sample 05:54

1.109Breath Volume 05:54

0.000Air Blank 05:54

0.081Control Test 05:55

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:5102/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:27

Hillsborough Co SO

HALL,K

06/05/2025

08223080A4

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

FLORES GIL

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.083Control Test 21:49

0.000Air Blank 21:49

# 1 0.239Subject Sample 21:51

1.792Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.234Subject Sample 21:54

1.578Breath Volume 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:2702/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

21:42

21:02

Hillsborough Co SO

FLINT,J

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HARRIS JR

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.082Control Test 22:02

0.000Air Blank 22:03

# 1 0.164Subject Sample 22:04

1.375Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.165Subject Sample 22:07

1.312Breath Volume 22:07

0.000Air Blank 22:08

0.081Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0902/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:48

Tampa PD

SARRASIN,R

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

POWELL

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.082Control Test 03:26

0.000Air Blank 03:27

# 1 0.065Subject Sample 03:28

1.324Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.070Subject Sample 03:31

1.519Breath Volume 03:31

0.000Air Blank 03:32

0.082Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3402/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:02

Hillsborough Co SO

PIERRE,C

06/05/2025

08223080A4

Plant City PD

YUMAN ROMERO,ANGIE,A

GONZALEZ AYALA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:54

# 1 0.180Subject Sample 03:57

1.867Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.174Subject Sample 04:00

1.695Breath Volume 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:54:1802/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:27

06:06

Tampa PD

BAILEY,D

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

COOK

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:47

0.000Air Blank 06:48

0.081Control Test 06:48

0.000Air Blank 06:48

# 1 0.202Subject Sample 06:49

1.886Breath Volume 06:49

0.000Air Blank 06:50

0.000Air Blank 06:52

# 2 0.197Subject Sample 06:52

1.781Breath Volume 06:52

0.000Air Blank 06:53

0.081Control Test 06:53

0.000Air Blank 06:54

OKDiagnostics Check 06:54

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:5102/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:10

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

COLON

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.083Control Test 23:48

0.000Air Blank 23:49

# 1 0.236Subject Sample 23:50

1.535Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.228Subject Sample 23:54

1.539Breath Volume 23:54

0.000Air Blank 23:54

0.082Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 03/06/2024 15:42

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:0202/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:45

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

KREPP

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.082Control Test 02:30

0.000Air Blank 02:30

# 1 0.074Subject Sample 02:31

2.835Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.071Subject Sample 02:34

2.750Breath Volume 02:34

0.000Air Blank 02:35

0.082Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:36

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:3402/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:47

Hillsborough Co SO

GARNER,W

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

GUTIERREZ GARCIA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.082Control Test 03:31

0.000Air Blank 03:32

# 1 0.141Subject Sample 03:32

1.726Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.139Subject Sample 03:35

1.957Breath Volume 03:35

0.000Air Blank 03:36

0.082Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:1702/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:26

Hillsborough Co SO

PIERCE,C

06/05/2025

08223080A4

Plant City PD

GANT,TIFFANY,

GREENE JR

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.082Control Test 03:42

0.000Air Blank 03:42

# 1 0.129Subject Sample 03:43

2.160Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.128Subject Sample 03:46

2.195Breath Volume 03:46

0.000Air Blank 03:47

0.082Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:2102/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:17

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

SAMHOURY

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.083Control Test 05:11

0.000Air Blank 05:12

# 1 0.109Subject Sample 05:13

2.386Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.112Subject Sample 05:16

3.152Breath Volume 05:16

0.000Air Blank 05:17

0.082Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:16:4502/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:49

09:06

Hillsborough Co SO

REED,S

06/05/2025

08223080A4

Hillsborough Co SO

DAIL,JULIE,A

MENDEZ PEREZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:10

0.000Air Blank 10:10

0.082Control Test 10:10

0.000Air Blank 10:11

# 1 0.079Subject Sample 10:12

1.890Breath Volume 10:12

0.000Air Blank 10:12

0.000Air Blank 10:14

# 2 0.081Subject Sample 10:15

2.015Breath Volume 10:15

0.000Air Blank 10:15

0.082Control Test 10:16

0.000Air Blank 10:16

OKDiagnostics Check 10:16

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:2602/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:13

Hillsborough Co SO

FLINT,J

06/05/2025

08223080A4

Hillsborough Co SO

KROME,BRITTNEY,M

GARCHA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.084Control Test 00:12

0.000Air Blank 00:13

# 1 0.000Subject Sample 00:15

2.320Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.000Subject Sample 00:18

1.250Breath Volume 00:18

0.000Air Blank 00:18

0.082Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:4502/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:54

Hillsborough Co SO

GARNER,W

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

CHEN

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.083Control Test 01:39

0.000Air Blank 01:39

# 1 0.182Subject Sample 01:41

1.726Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.183Subject Sample 01:44

1.890Breath Volume 01:44

0.000Air Blank 01:44

0.082Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2102/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:53

Hillsborough Co SO

PIERRE,C

06/05/2025

08223080A4

Plant City PD

JONES,MINDY,L

MILLER THOMANN

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.083Control Test 02:26

0.000Air Blank 02:27

# 1 0.183Subject Sample 02:29

2.003Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.193Subject Sample 02:33

2.117Breath Volume 02:33

0.000Air Blank 02:34

0.081Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1402/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

01:58

Hillsborough Co SO

DIBIASE,J

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

MARTINEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.082Control Test 03:22

0.000Air Blank 03:23

# 1 0.000Subject Sample 03:24

1.796Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.000Subject Sample 03:27

1.742Breath Volume 03:27

0.000Air Blank 03:28

0.082Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:4902/27/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:41

Hillsborough Co SO

MILILLO,M

06/05/2025

08223080A4

Hillsborough Co SO

JONES,MINDY,L

GOMEZ LOPEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.083Control Test 00:33

0.000Air Blank 00:33

# 1 0.286Subject Sample 00:34

2.863Breath Volume 00:34

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.285Subject Sample 00:37

3.171Breath Volume 00:37

0.000Air Blank 00:37

0.081Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:2402/27/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:21

Hillsborough Co SO

HERNANDEZ,S

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

LOPEZ RAMOS

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:25

0.083Control Test 22:25

0.000Air Blank 22:26

# 1 0.170Subject Sample 22:27

1.363Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.161Subject Sample 22:30

1.214Breath Volume 22:30

0.000Air Blank 22:31

0.083Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:0302/28/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

19:55

Hillsborough Co SO

DIBIASE,J

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

CAREY

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.082Control Test 21:03

0.000Air Blank 21:03

# 1 0.000Subject Sample 21:04

1.746Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.000Subject Sample 21:07

1.285Breath Volume 21:07

0.000Air Blank 21:08

0.083Control Test 21:08

0.000Air Blank 21:08

OKDiagnostics Check 21:09

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0402/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:26

Hillsborough Co SO

GARNER,W

06/05/2025

08223080A4

Hillsborough Co SO

PIERCEY,JANICE,F

BRIDGES JR

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.083Control Test 00:01

0.000Air Blank 00:02

# 1 0.148Subject Sample 00:02

2.164Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.151Subject Sample 00:05

1.890Breath Volume 00:05

0.000Air Blank 00:06

0.082Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:07

Data Download Date/Time: 03/06/2024 15:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:3202/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:36

FHP Troop H

GLASS,JEFERY

01/05/2025

33922080A1

FHP Troop H

SPEIGNER,BRIAN,W

SHERMAN

01/24/2024

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.083Control Test 21:09

0.000Air Blank 21:10

# 1Subject Sample 21:10 Subject Test Refused

0.000Breath Volume 21:10

0.000Air Blank 21:10

0.082Control Test 21:11 RFI Detect

0.000Air Blank 21:11

Data Download Date/Time: 02/19/2024 11:49

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:4902/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:20

FHP Troop H

GLASS,JEFFERY

01/05/2025

33922080A1

FHP Troop H

SPEIGNER,BRIAN,W

SHERMAN

01/24/2024

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:14

Air Blank 21:14 RFI Detect

0.000Air Blank 21:14

Data Download Date/Time: 02/19/2024 11:49

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:1002/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:20

FHP Troop H

GLASS,JEFFERY

01/05/2025

33922080A1

FHP Troop H

SPEIGNER,BRIAN,W

SHERMAN

01/24/2024

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.082Control Test 21:17

0.000Air Blank 21:17

# 1Subject Sample 21:17 Subject Test Refused

0.000Breath Volume 21:17

0.000Air Blank 21:18

0.083Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 02/19/2024 11:49

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:5902/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

19:07

Franklin County SO

GAY,TYLER

01/05/2025

33922080A1

Franklin County SO

GAY,TYLER,

HARDY

01/24/2024

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.083Control Test 19:53

0.000Air Blank 19:54

# 1Subject Sample 19:54 Subject Test Refused

0.000Breath Volume 19:54

0.000Air Blank 19:55

0.083Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 02/19/2024 11:49

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:4402/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

17:43

Osceola County SO

ORTIZ,GABRIEL

04/02/2024

1472328

Osceola County SO

ORTIZ,GABRIEL,E

GARCIA FONT

01/03/2024

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:00

0.000Air Blank 19:01

0.081Control Test 19:01

0.000Air Blank 19:02

# 1 0.215Subject Sample 19:03

1.605Breath Volume 19:03

0.000Air Blank 19:03

0.000Air Blank 19:05

# 2 0.218Subject Sample 19:08

1.144Breath Volume 19:08

0.000Air Blank 19:08

0.081Control Test 19:09

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 02/23/2024 11:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:4602/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

05:15

Kissimmee PD

QUILES-DAVILA,DARIEL

04/02/2024

1472328

Kissimmee PD

QUILES-DAVILA,DARIEL,J

VANEGAS

01/03/2024

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:06

0.000Air Blank 06:06

0.082Control Test 06:07

0.000Air Blank 06:07

# 1 0.053Subject Sample 06:08

1.699Breath Volume 06:08

0.000Air Blank 06:08

0.000Air Blank 06:10

# 2 0.054Subject Sample 06:11

2.886Breath Volume 06:11

0.000Air Blank 06:11

0.083Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 02/23/2024 11:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:1102/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

18:06

Lakeland PD

HERMANN,MATTHEW

09/05/2025

14323080A3

Lakeland PD

LAFONTANT,SEDONA,S

HOWARD

01/29/2024

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:33

# 1 0.284Subject Sample 19:33

2.308Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.269Subject Sample 19:36

1.441Breath Volume 19:36

0.000Air Blank 19:37

0.080Control Test 19:37

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 02/26/2024 14:12

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:54:4602/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:26

13:20

Lakeland PD

SUTTLE,EMILY

09/05/2025

14323080A3

Lakeland PD

ALMEIDA,CAMILO,J

HEROLD

02/26/2024

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:51

0.000Air Blank 13:51

0.081Control Test 13:52

0.000Air Blank 13:52

# 1Subject Sample 13:53 Subject Test Refused

0.000Breath Volume 13:53

0.000Air Blank 13:53

0.082Control Test 13:54

0.000Air Blank 13:54

OKDiagnostics Check 13:54

Data Download Date/Time: 03/05/2024 12:03

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0902/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

00:24

23:38

Ft. Walton Beach PD

BOWELL,D

10/05/2025

231294

Ft. Walton Beach PD

WILLIAMS,S,D

I362540824580

01/27/2024

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.079Control Test 00:45

0.000Air Blank 00:45

# 1 0.058Subject Sample 00:46

3.000Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.057Subject Sample 00:49

3.636Breath Volume 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 02/29/2024 11:08

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:2702/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

12:13

Ft. Walton Beach PD

STOTT,JASMINE

10/05/2025

231294

Ft. Walton Beach PD

SANTIAGO,EDGARDO,

CRUZ GARCIA

01/27/2024

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

# 1 0.180Subject Sample 01:14

3.027Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.176Subject Sample 01:16

2.335Breath Volume 01:16

0.000Air Blank 01:17

0.079Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 02/29/2024 11:08

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:1502/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:06

Ft. Walton Beach PD

WILLIAMS,SETH

10/05/2025

231294

Ft. Walton Beach PD

WILLIAMS,SETH,D

BUDIG

01/27/2024

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:49

# 1 0.262Subject Sample 01:51

1.652Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2Subject Sample 01:54 Slope Not Met

0.617Breath Volume 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 02/29/2024 11:08

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:5002/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:06

Ft. Walton Beach PD

WILLIAMS,SETH

10/05/2025

231294

Ft. Walton Beach PD

WILLIAMS,SETH,D

BUDIG

01/27/2024

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

# 1 0.263Subject Sample 02:00

1.914Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.271Subject Sample 02:05

3.019Breath Volume 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 02/29/2024 11:08

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:2102/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

11:45

Ft. Walton Beach PD

RIVERA,RITCHIE

10/05/2025

231294

Ft. Walton Beach PD

SIRMANS,ABNER,K

STEIN

01/27/2024

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

# 1Subject Sample 00:55 Subject Test Refused

0.000Breath Volume 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 02/29/2024 11:08

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:4302/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:13

Ft. Walton Beach PD

BURGER,WILLIAM

10/05/2025

231294

Ft. Walton Beach PD

BURGER,WILLIAM,T

ROGERS

01/27/2024

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.079Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 02/29/2024 11:08

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:1302/02/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:47

Crestview PD

MINNIFIELD,SAM

11/04/2025

402590345

Crestview PD

MINNIFIELD,SAM,M

OSBORN

01/31/2024

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.084Control Test 22:28

0.000Air Blank 22:29

# 1Subject Sample 22:31 Subject Test Refused

0.000Breath Volume 22:31

0.000Air Blank 22:32

0.084Control Test 22:32

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 04/01/2024 16:35

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:0702/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:37

Crestview PD

BURGESS,JOSH

11/04/2025

402590345

Crestview PD

MINNIFIELD,SAM,M

SHAW

01/31/2024

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.083Control Test 03:22

0.000Air Blank 03:23

# 1 0.152Subject Sample 03:26 Volume Not Met

0.363Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.174Subject Sample 03:32 Volume Not Met

1.062Breath Volume 03:32

0.000Air Blank 03:33

0.082Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 04/01/2024 16:35

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:0302/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:37

Crestview PD

BURGESS,JOSH

11/04/2025

402590345

Crestview PD

MINNIFIELD,SAM,M

SHAW

01/31/2024

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.081Control Test 03:39

0.000Air Blank 03:39

# 1 0.186Subject Sample 03:40

1.195Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:42

# 2 0.183Subject Sample 03:43

1.484Breath Volume 03:43

0.000Air Blank 03:44

0.082Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:45

Data Download Date/Time: 04/01/2024 16:35

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4402/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:48

Sarasota County SO

MEDDAUGH,DEP

08/05/2024

15922080A4

Sarasota County SO

BRENCKLE,DEP,T

CARPENTER

01/18/2024

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.105Subject Sample 00:39

1.304Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.094Subject Sample 00:43

1.281Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 02/23/2024 17:59

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:0102/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:19

Sarasota County SO

BRENCKLE,DEP

08/05/2024

15922080A4

Sarasota County SO

BRENCKLE,DEP,T

ROSENTHAL

01/18/2024

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.080Control Test 23:40

0.000Air Blank 23:40

# 1 0.135Subject Sample 23:41

1.593Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.144Subject Sample 23:44

1.804Breath Volume 23:44

0.000Air Blank 23:45

0.081Control Test 23:45

0.000Air Blank 23:45

OKDiagnostics Check 23:46

Data Download Date/Time: 02/23/2024 17:59

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:43:3502/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:15

08:28

Hillsborough Co SO

ALZATE-CASTRO,S

06/05/2025

08223080A4

Tampa PD

GREENLEE,NANCY,J

IXPATA XITUMUL

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:37

0.000Air Blank 09:37

0.081Control Test 09:37

0.000Air Blank 09:38

# 1 0.169Subject Sample 09:39

3.175Breath Volume 09:39

0.000Air Blank 09:39

0.000Air Blank 09:41

# 2 0.172Subject Sample 09:42

3.222Breath Volume 09:42

0.000Air Blank 09:42

0.081Control Test 09:42

0.000Air Blank 09:43

OKDiagnostics Check 09:43

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2302/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:23

Hillsborough Co SO

LIGGINS,A

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

MONSIVAIS

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:40 Subject Test Refused

0.000Breath Volume 01:40

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:3102/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:17

Hillsborough Co SO

MILILLO,M

06/05/2025

08223080A4

Hillsborough Co SO

PIERCEY,JANICE,F

NOGUERA GUEVARA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:15

# 1 0.175Subject Sample 03:16

1.593Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.181Subject Sample 03:19

1.371Breath Volume 03:19

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:4602/05/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:05

Tampa PD

CROFT,N

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

CAMPBELL

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.081Control Test 01:06

0.000Air Blank 01:06

# 1 0.199Subject Sample 01:07

1.746Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.195Subject Sample 01:12

2.121Breath Volume 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4302/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:37

Hillsborough Co SO

BADEN,T

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

PETRO

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.082Control Test 03:18

0.000Air Blank 03:18

# 1Subject Sample 03:21 No Sample Provided

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2Subject Sample 03:27 No Sample Provided

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.081Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:2002/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:06

Hillsborough Co SO

BURKE,B

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GRIFFIN JR

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.081Control Test 23:54

0.000Air Blank 23:54

# 1 0.123Subject Sample 23:55

1.574Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.125Subject Sample 23:58

1.453Breath Volume 23:58

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:2202/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:27

Tampa PD

FRUEH,D

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

DURAN

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.082Control Test 03:20

0.000Air Blank 03:21

# 1 0.122Subject Sample 03:21

1.992Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.120Subject Sample 03:24

1.347Breath Volume 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:3102/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:02

Hillsborough Co SO

BADEN,T

06/05/2025

08223080A4

Tampa PD

YUMAN ROMERO,ANGIE,A

HERNANDEZ MARTINEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.082Control Test 03:45

0.000Air Blank 03:46

# 1 0.098Subject Sample 03:46

2.113Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.101Subject Sample 03:49

2.789Breath Volume 03:49

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:4902/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:02

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

MONTGOMERY,ALECIA,L

COX

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.081Control Test 21:50

0.000Air Blank 21:51

# 1 0.158Subject Sample 21:52

1.640Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:54

# 2 0.156Subject Sample 21:57

1.722Breath Volume 21:57

0.000Air Blank 21:57

0.081Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2002/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:22

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

YUMAN ROMERO,ANGIE,A

BENNETT

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.083Control Test 02:06

0.000Air Blank 02:06

# 1 0.133Subject Sample 02:07

1.285Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.135Subject Sample 02:10

1.507Breath Volume 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:3802/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:00

Tampa PD

VAN-TREESE,S

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

BULMER III

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.081Control Test 03:51

0.000Air Blank 03:51

# 1 0.109Subject Sample 03:52

3.027Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.108Subject Sample 03:55

2.562Breath Volume 03:55

0.000Air Blank 03:55

0.081Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:55:2502/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:26

07:01

Hillsborough Co SO

RUIZ,JONATHAN

06/05/2025

08223080A4

FHP Troop C

SIMMONS,ANGELA,V

PARRA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:47

0.000Air Blank 07:48

0.081Control Test 07:48

0.000Air Blank 07:49

# 1 0.125Subject Sample 07:50

1.578Breath Volume 07:50

0.000Air Blank 07:51

0.000Air Blank 07:52

# 2 0.144Subject Sample 07:53

4.023Breath Volume 07:53

0.000Air Blank 07:54

0.080Control Test 07:54

0.000Air Blank 07:55

OKDiagnostics Check 07:55

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:2802/14/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:38

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

YUMAN ROMERO,ANGIE,A

WILLIAMS

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.082Control Test 23:31

0.000Air Blank 23:32

# 1Subject Sample 23:33 Subject Test Refused

0.000Breath Volume 23:33

0.000Air Blank 23:33

0.082Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0402/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:32

Hillsborough Co SO

WILLIAMS,P

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

WATTS

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.082Control Test 02:47

0.000Air Blank 02:48

# 1 0.200Subject Sample 02:49

3.796Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:51

# 2 0.196Subject Sample 02:52

4.410Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:54

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:2502/15/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

16:45

Hillsborough Co SO

HERNANDEZ-ARROYO,J

06/05/2025

08223080A4

Hillsborough Co SO

DAIL,JULIE,A

KUNZ JR

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:21

0.081Control Test 18:21

0.000Air Blank 18:21

# 1 0.000Subject Sample 18:23

1.281Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.000Subject Sample 18:27

1.652Breath Volume 18:27

0.000Air Blank 18:27

0.082Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:3202/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:18

Hillsborough Co SO

BAILEY,D

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

O'NEIL

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.081Control Test 04:12

0.000Air Blank 04:12

# 1 0.131Subject Sample 04:13

4.316Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.134Subject Sample 04:16

3.835Breath Volume 04:16

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 03/06/2024 14:27

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:5002/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

04:11

Hillsborough Co SO

HERNANDEZ,S

06/05/2025

08223080A4

Hillsborough Co SO

JONES,MINDY,L

CASSARO

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:17

0.000Air Blank 05:17

# 1 0.141Subject Sample 05:18

1.949Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:20

# 2 0.133Subject Sample 05:21

2.027Breath Volume 05:21

0.000Air Blank 05:21

0.080Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:3802/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:50

Tampa PD

SNAGGS,S

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

PERRIGO

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.081Control Test 03:55

0.000Air Blank 03:55

# 1 0.184Subject Sample 03:57

1.589Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.187Subject Sample 04:00

1.738Breath Volume 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:0602/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:29

Hillsborough Co SO

JOHNSON,T

06/05/2025

08223080A4

Tampa PD

MONTGOMERY,ALECIA,L

OLIVARES

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.081Control Test 04:51

0.000Air Blank 04:51

# 1 0.148Subject Sample 04:54

3.050Breath Volume 04:54

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.148Subject Sample 04:57

3.371Breath Volume 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:4402/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:40

Hillsborough Co SO

BLANCHARD,J

06/05/2025

08223080A4

Tampa PD

YUMAN ROMERO,ANGIE,A

MARROQUIN LOPEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.081Control Test 20:26

0.000Air Blank 20:27

# 1 0.132Subject Sample 20:28

1.445Breath Volume 20:28

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.132Subject Sample 20:31

1.464Breath Volume 20:31

0.000Air Blank 20:31

0.081Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1702/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:39

Hillsborough Co SO

RENDON,D

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

MORALES CAUSILLA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.201Subject Sample 02:34

1.546Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.194Subject Sample 02:37

1.562Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3602/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:21

Tampa PD

FRUEH,D

06/05/2025

08223080A4

Tampa PD

PIERCEY,JANICE,F

STONE

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

# 1 0.142Subject Sample 03:12

1.777Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.137Subject Sample 03:16

1.265Breath Volume 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5402/20/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:09

Hillsborough Co SO

EARLYWINE,G

06/05/2025

08223080A4

FHP Troop C

YUMAN ROMERO,ANGIE,A

REYES JR

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.082Control Test 02:45

0.000Air Blank 02:46

# 1 0.165Subject Sample 02:47

2.402Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.170Subject Sample 02:50

1.511Breath Volume 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3302/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:21

Hillsborough Co SO

BLAMCHARD,J

06/05/2025

08223080A4

Tampa PD

GANT,TIFFANY,

YEVSTAKHEVYCH

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.082Control Test 00:10

0.000Air Blank 00:11

# 1 0.122Subject Sample 00:12

2.023Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.120Subject Sample 00:15

1.906Breath Volume 00:15

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:1602/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:13

Hillsborough Co SO

HERNANDEZ,S

06/05/2025

08223080A4

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

SANCHEZ ZACARIAS

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.082Control Test 21:09

0.000Air Blank 21:09

# 1 0.192Subject Sample 21:10

2.765Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.192Subject Sample 21:13

3.070Breath Volume 21:13

0.000Air Blank 21:14

0.080Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:4702/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:05

Hillsborough Co SO

BADEN,T

06/05/2025

08223080A4

Tampa PD

YUMAN ROMERO,ANGIE,A

MENENDEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.082Control Test 23:48

0.000Air Blank 23:48

# 1 0.133Subject Sample 23:49

4.207Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.130Subject Sample 23:52

3.652Breath Volume 23:52

0.000Air Blank 23:52

0.082Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:4402/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:43

Hillsborough Co SO

FRUEH,D

06/05/2025

08223080A4

Tampa PD

MONTGOMERY,ALECIA,L

EICHHORN-VON WURMB

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.081Control Test 00:43

0.000Air Blank 00:44

# 1 0.000Subject Sample 00:45

2.312Breath Volume 00:45

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.000Subject Sample 00:48

2.039Breath Volume 00:48

0.000Air Blank 00:48

0.081Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2702/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:13

FHP Troop C

EARLYWINE,G

06/05/2025

08223080A4

FHP Troop C

PIERCEY,JANICE,F

PATTERSON

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:12

# 1 0.000Subject Sample 01:13

2.695Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.000Subject Sample 01:16

3.203Breath Volume 01:16

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5202/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:36

Hillsborough Co SO

FLINT,J

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BURE

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:41

# 1 0.181Subject Sample 03:42

1.972Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.184Subject Sample 03:45

2.214Breath Volume 03:45

0.000Air Blank 03:45

0.081Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:1902/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:59

15:11

Hillsborough Co SO

KOPPE,K

06/05/2025

08223080A4

Tampa PD

SIMMONS,ANGELA,V

MATTIE

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:21

0.082Control Test 16:22

0.000Air Blank 16:22

# 1 0.202Subject Sample 16:23

2.664Breath Volume 16:23

0.000Air Blank 16:24

0.000Air Blank 16:25

# 2 0.200Subject Sample 16:26

2.671Breath Volume 16:26

0.000Air Blank 16:27

0.081Control Test 16:27

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3902/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:00

Hillsborough Co SO

TELLEZ-ALFARO,D

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

WILLIAMS III

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.082Control Test 01:00

0.000Air Blank 01:00

# 1 0.089Subject Sample 01:02

1.363Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.090Subject Sample 01:05

1.203Breath Volume 01:05

0.000Air Blank 01:05

0.081Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3702/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:54

Hillsborough Co SO

FLINT,J

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

DIAZ DIAZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:52

# 1 0.152Subject Sample 02:53

1.644Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.148Subject Sample 02:57

1.597Breath Volume 02:57

0.000Air Blank 02:57

0.081Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1002/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:07

Hillsborough Co SO

WILLIAMS,P

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

GURNOW

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1 0.062Subject Sample 03:57

1.582Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.062Subject Sample 04:00

1.960Breath Volume 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:4202/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:07

Hillsborough Co SO

KISS,L

06/05/2025

08223080A4

Hillsborough Co SO

GANT,TIFFANY,

SOSA

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.082Control Test 00:49

0.000Air Blank 00:50

# 1 0.145Subject Sample 00:51

2.144Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.144Subject Sample 00:54

1.972Breath Volume 00:54

0.000Air Blank 00:54

0.081Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0102/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:18

Hillsborough Co SO

SNAGGS,S

06/05/2025

08223080A4

Tampa PD

JONES,MINDY,L

BEVEL

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.082Control Test 02:13

0.000Air Blank 02:13

# 1 0.176Subject Sample 02:16

2.117Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.166Subject Sample 02:20

1.468Breath Volume 02:20

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:22

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:3502/28/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:19

Hillsborough Co SO

LIGGINS,A

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

DIAZ ENRIQUEZ

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.082Control Test 00:22

0.000Air Blank 00:22

# 1 0.155Subject Sample 00:25

1.453Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.167Subject Sample 00:29

2.351Breath Volume 00:29

0.000Air Blank 00:29

0.081Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:0502/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:45

Hillsborough Co SO

LEISCH,B

06/05/2025

08223080A4

Hillsborough Co SO

MONTGOMERY,ALECIA,L

CROCKER

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.081Control Test 00:33

0.000Air Blank 00:34

# 1 0.187Subject Sample 00:35

2.089Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.187Subject Sample 00:38

2.558Breath Volume 00:38

0.000Air Blank 00:39

0.081Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 03/06/2024 14:28

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:5202/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:15

Hillsborough Co SO

EARLYWINE,G

06/05/2025

08223080A4

FHP Troop C

YUMAN ROMERO,ANGIE,A

LISBON

02/02/2024

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:58

# 1 0.020Subject Sample 03:59

3.050Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.020Subject Sample 04:02

3.203Breath Volume 04:02

0.000Air Blank 04:02

0.081Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 03/06/2024 14:29

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:0402/01/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:21

19:34

Pinellas County SO

MITCHELL,ALEXANDRA

10/25/2024

AG229803

Pinellas County SO

MITCHELL,ALEXANDRA,

FOHEY

01/17/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.083Control Test 20:08

0.000Air Blank 20:08

# 1Subject Sample 20:08 Subject Test Refused

0.000Breath Volume 20:08

0.000Air Blank 20:09

0.084Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:10

Data Download Date/Time: 02/21/2024 12:58

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:4302/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

02:10

Pinellas County SO

MITCHELL,ALEXANDRA

10/25/2024

AG229803

Pinellas County SO

MITCHELL,ALEXANDRA,

MONCLOVA

01/17/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.083Control Test 02:28

0.000Air Blank 02:29

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:29

0.082Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 02/21/2024 12:58

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4402/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:48

Pinellas County SO

COYLE,TIMOTHY

10/25/2024

AG229803

Pinellas County SO

MITCHELL,ALEXANDRA,

TANG

01/17/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.082Control Test 01:17

0.000Air Blank 01:17

# 1 0.155Subject Sample 01:18

1.281Breath Volume 01:18

0.000Air Blank 01:18

Air Blank 01:20 RFI Detect

0.000Air Blank 01:20

0.082Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 02/21/2024 12:58

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:5902/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:48

Pinellas County SO

COYLE,TIMOTHY

10/25/2024

AG229803

Pinellas County SO

MITCHELL,ALEXANDRA,

TANG

01/17/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.081Control Test 01:24

0.000Air Blank 01:24

# 1 0.137Subject Sample 01:27 Volume Not Met

0.433Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.141Subject Sample 01:30

1.503Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 3 0.120Subject Sample 01:36 Volume Not Met

0.597Breath Volume 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 02/21/2024 12:59

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:3902/16/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:49

Pinellas County SO

MITCHELL,ALEXANDRA

10/25/2024

AG229803

Pinellas County SO

MITCHELL,ALEXANDRA,

WATTS

01/17/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.082Control Test 20:00

0.000Air Blank 20:00

# 1 0.136Subject Sample 20:01

1.996Breath Volume 20:01

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2 0.134Subject Sample 20:04

1.183Breath Volume 20:04

0.000Air Blank 20:04

0.082Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 02/21/2024 12:59

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:52:1702/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:19

06:19

Pinellas County SO

BEELER,B

10/25/2024

AG229803

Pinellas County SO

BEELER,B,C

BROOKS

02/21/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:49

0.000Air Blank 06:49

0.083Control Test 06:50

0.000Air Blank 06:50

# 1Subject Sample 06:50 Subject Test Refused

0.000Breath Volume 06:50

0.000Air Blank 06:51

0.083Control Test 06:51

0.000Air Blank 06:52

OKDiagnostics Check 06:52

Data Download Date/Time: 03/14/2024 12:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:1802/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:38

Pinellas County SO

CHURCHILL,CAMERON

10/25/2024

AG229803

Pinellas County SO

CHURCHILL,CAMERON,P

JONES

02/21/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.083Control Test 22:06

0.000Air Blank 22:06

# 1Subject Sample 22:06 Subject Test Refused

0.000Breath Volume 22:06

0.000Air Blank 22:07

0.083Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 03/14/2024 12:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4102/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:53

Pinellas County SO

CHURCHILL,CAMERON

10/25/2024

AG229803

Pinellas County SO

CHURCHILL,CAMERON,P

DIAZ

02/21/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.083Control Test 03:29

0.000Air Blank 03:29

# 1Subject Sample 03:30 Subject Test Refused

0.000Breath Volume 03:30

0.000Air Blank 03:30

0.083Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 03/14/2024 12:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:4002/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:21

FHP Troop C

PURDUE,BENJAMIN

10/25/2024

AG229803

FHP Troop C

PURDUE,BENJAMIN,E

REDDEN

02/21/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.084Control Test 22:26

0.000Air Blank 22:26

# 1 0.070Subject Sample 22:27

3.636Breath Volume 22:27

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.072Subject Sample 22:30

3.535Breath Volume 22:30

0.000Air Blank 22:30

0.083Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 03/14/2024 12:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:0502/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:50

Pinellas County SO

HIRSHMAN,BRIAN

10/25/2024

AG229803

Pinellas County SO

HIRSHMAN,BRIAN,

MCNAMARA

02/21/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.083Control Test 04:22

0.000Air Blank 04:23

# 1 0.112Subject Sample 04:23

1.542Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.112Subject Sample 04:26

1.250Breath Volume 04:26

0.000Air Blank 04:27

0.083Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 03/14/2024 12:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:2502/27/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:05

Pinellas County SO

SCHIEBNER,R

10/25/2024

AG229803

Pinellas County SO

SPENCER,T,

DUFFY

02/21/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.083Control Test 22:05

0.000Air Blank 22:06

# 1 0.190Subject Sample 22:06

2.742Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.186Subject Sample 22:09

1.863Breath Volume 22:09

0.000Air Blank 22:10

0.082Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 03/14/2024 12:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:3202/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:56

Pinellas County SO

MITCHELL,ALEXANDRA

10/25/2024

AG229803

Pinellas County SO

MITCHELL,ALEXANDRA,

RANKINS JR

02/21/2024

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.083Control Test 04:26

0.000Air Blank 04:27

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:27

0.083Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 03/14/2024 12:13

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:4802/02/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:49

Perry PD

NORRIS,JOHNATHAN

05/05/2025

08223080A2

Perry PD

GEYER,CHARLES,L

PETERSON

01/23/2024

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

# 1 0.183Subject Sample 21:55

1.695Breath Volume 21:55

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.186Subject Sample 21:58

2.699Breath Volume 21:58

0.000Air Blank 21:58

0.077Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 02/21/2024 14:37

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0702/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:06

Perry PD

WIMBERLEY,EDWARD

05/05/2025

08223080A2

Taylor County SO

MURPHY,TIMOTHY,L

WOODARD

01/23/2024

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.082Control Test 02:41

0.000Air Blank 02:42

# 1 0.155Subject Sample 02:43

1.878Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 2 0.150Subject Sample 02:46

1.386Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 02/21/2024 14:37

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:2202/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:09

Perry PD

SELLARS,TYLER

05/05/2025

08223080A2

Taylor County SO

RICE,JOHN,D

GARRISON

01/23/2024

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:05

# 1 0.158Subject Sample 03:06

2.660Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.148Subject Sample 03:09

2.648Breath Volume 03:09

0.000Air Blank 03:10

0.076Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 02/21/2024 14:37

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0002/08/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:13

St. Petersburg PD

MCKINNON,CHRISTIAN

04/05/2025

06023080A1

St. Petersburg PD

MCKINNON,CHRISTIAN,R

AUGUSTINO

01/25/2024

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:52

# 1Subject Sample 02:55 No Sample Provided

0.000Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.177Subject Sample 02:59

3.898Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 3 0.180Subject Sample 03:02

3.980Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:04

Data Download Date/Time: 02/14/2024 10:02

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3502/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:17

St. Petersburg PD

MCKINNON,CHRISTIAN

04/05/2025

06023080A1

St. Petersburg PD

HALL,DUSTIN,L

SLAVOV

01/25/2024

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

# 1 0.039Subject Sample 04:07

2.675Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.035Subject Sample 04:10

2.406Breath Volume 04:10

0.000Air Blank 04:10

0.078Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 02/14/2024 10:02

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0302/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:50

St. Petersburg PD

BRACHNA,SAMUEL

04/05/2025

06023080A1

St. Petersburg PD

KOWALSKI,ASHLEY,A

ROBERSON

02/14/2024

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:33 No Sample Provided

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2Subject Sample 02:38 No Sample Provided

0.000Breath Volume 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:40

Data Download Date/Time: 03/01/2024 13:34

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:5702/02/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:59

MIAMI-DADE PD

ONEAL,C

06/05/2025

14323080A2

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

REYES

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.081Control Test 00:40

0.000Air Blank 00:40

# 1 0.000Subject Sample 00:42

1.542Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.000Subject Sample 00:46

2.003Breath Volume 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:0002/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:19

MIAMI-DADE PD

JEAN-BAPTISTE,P

06/05/2025

14323080A2

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

LAURELES

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

# 1Subject Sample 05:15 Subject Test Refused

0.000Breath Volume 05:15

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:17

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0002/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:47

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

06/05/2025

14323080A2

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

FERNANDEZ

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

# 1Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:32

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:1502/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:30

MIAMI-DADE PD

HINOJOSA,DANIEL

06/05/2025

14323080A2

MIAMI-DADE PD

HINOJOSA,DANIEL,

DEL VALLE

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

# 1Subject Sample 04:06 Subject Test Refused

0.000Breath Volume 04:06

0.000Air Blank 04:07

0.078Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:1902/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:19

MIAMI-DADE PD

KINSEY SMITH,F

06/05/2025

14323080A2

MIAMI-DADE PD

QUINTANA,JORGE,F

LEON GUZMAN

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

# 1 0.050Subject Sample 02:10

2.347Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.047Subject Sample 02:13

1.144Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:1702/10/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:18

MIAMI-DADE PD

RODRIGUEZ,J

06/05/2025

14323080A2

NORTH BAY VILLAGE PD

KINSEY-SMITH,FELICIA,R

BORREGO

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.079Control Test 22:14

0.000Air Blank 22:14

# 1 0.000Subject Sample 22:15

2.042Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.000Subject Sample 22:18

2.468Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5802/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:02

MIAMI-DADE PD

HINOJOSA,D

06/05/2025

14323080A2

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

PEREZ RIVERO

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

# 1 0.055Subject Sample 03:01

2.156Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.056Subject Sample 03:04

2.589Breath Volume 03:04

0.000Air Blank 03:05

0.078Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:4302/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:13

MIAMI-DADE PD

KINSEY-SMITH,F

06/05/2025

14323080A2

MIAMI-DADE PD

KINSEY-SMITH,F,R

FLORES BACA

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

# 1 0.203Subject Sample 01:53

1.730Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.206Subject Sample 01:56

1.156Breath Volume 01:56

0.000Air Blank 01:56

0.077Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5902/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:36

MIAMI-DADE PD

BRAVO,G

06/05/2025

14323080A2

SOUTH MIAMI PD

KINSEY-SMITH,FELICIA,

CARHUAMACA

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.206Subject Sample 02:13

2.628Breath Volume 02:13

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.194Subject Sample 02:16

2.554Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:4402/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:40

MIAMI-DADE PD

CHERASIA,E

06/05/2025

14323080A2

NORTH BAY VILLAGE PD

KINSEY-SMITH,FELICIA,

GOMEZ HERNANDEZ

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:24

# 1 0.116Subject Sample 04:28 Volume Not Met

0.917Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.105Subject Sample 04:31

2.027Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 3 0.109Subject Sample 04:35

2.457Breath Volume 04:35

0.000Air Blank 04:35

0.078Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:4102/25/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

02:06

MIAMI-DADE PD

DELGADO,M

06/05/2025

14323080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

JEAN

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.079Control Test 04:43

0.000Air Blank 04:43

# 1 0.209Subject Sample 04:44

1.320Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.214Subject Sample 04:48

1.664Breath Volume 04:48

0.000Air Blank 04:48

0.080Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 03/07/2024 04:43

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:12:0402/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:43

06:40

Miami-Dade PD

PACHECO,GEORGE

06/05/2025

14323080A2

Miami-Dade PD

PACHECO,GEORGE,

RUIZ MEJIA

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:05

0.000Air Blank 07:06

0.081Control Test 07:06

0.000Air Blank 07:07

# 1 0.117Subject Sample 07:07

1.742Breath Volume 07:07

0.000Air Blank 07:08

0.000Air Blank 07:09

# 2 0.107Subject Sample 07:10

2.054Breath Volume 07:10

0.000Air Blank 07:11

0.081Control Test 07:11

0.000Air Blank 07:11

OKDiagnostics Check 07:12

Data Download Date/Time: 03/01/2024 06:05

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:1802/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:39

Miami-Dade PD

CLOSIUS,RICHARD

06/05/2025

14323080A2

Miami-Dade PD

PACHECO,GEORGE,

ALONSO

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.080Control Test 02:46

0.000Air Blank 02:46

# 1 0.136Subject Sample 02:48

1.925Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.130Subject Sample 02:51

1.578Breath Volume 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 03/01/2024 06:05

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:2502/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:59

05:54

Miami-Dade PD

PACHECO,GEORGE

06/05/2025

14323080A2

Miami-Dade PD

PACHECO,GEORGE,

MACANCHE CASTILLO

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:23

0.000Air Blank 06:23

0.080Control Test 06:24

0.000Air Blank 06:24

# 1 0.157Subject Sample 06:24

2.847Breath Volume 06:24

0.000Air Blank 06:25

0.000Air Blank 06:27

# 2 0.157Subject Sample 06:27

2.441Breath Volume 06:27

0.000Air Blank 06:28

0.079Control Test 06:28

0.000Air Blank 06:29

OKDiagnostics Check 06:29

Data Download Date/Time: 03/01/2024 06:05

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:1302/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:18

Miami-Dade PD

PALACIO,LIVAN

06/05/2025

14323080A2

North Bay Village PD

PACHECO,GEORGE,

SUAREZ AGUILAR

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1 0.260Subject Sample 02:30

2.085Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:32

# 2 0.251Subject Sample 02:33

2.070Breath Volume 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 03/01/2024 06:05

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:1202/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

05:09

Miami-Dade PD

BATTAGLIA,PAUL

06/05/2025

14323080A2

North Bay Village PD

PACHECO,GEORGE,

PRIETO

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:38

0.081Control Test 05:38

0.000Air Blank 05:39

# 1 0.093Subject Sample 05:39

2.699Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:42

# 2 0.091Subject Sample 05:42

2.156Breath Volume 05:42

0.000Air Blank 05:43

0.081Control Test 05:43

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 03/01/2024 06:05

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:5702/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:26

Miami-Dade PD

PACHECO,GEORGE

06/05/2025

14323080A2

Miami-Dade PD

PACHECO,GEORGE,

GUTIERREZ ALMANEDARE

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:35

# 1 0.080Subject Sample 21:36

1.953Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:38

# 2 0.076Subject Sample 21:39

1.667Breath Volume 21:39

0.000Air Blank 21:40

0.081Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 03/01/2024 06:05

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4302/02/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:15

Miami-Dade PD

AZRAK,JOSEPH

06/05/2025

14323080A2

Miami-Dade PD

AZRAK,JOSEPH,

RUIZ-DELGADO

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.080Control Test 01:58

0.000Air Blank 01:58

# 1 0.106Subject Sample 01:59

2.792Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.102Subject Sample 02:02

2.445Breath Volume 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 03/07/2024 04:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3602/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:15

Miami-Dade PD

AZRAK,JOSEPH

06/05/2025

14323080A2

Miami-Dade PD

AZRAK,JOSEPH,

DOMINGUEZ

02/01/2024

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:58

# 1 0.264Subject Sample 02:58

2.757Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.259Subject Sample 03:01

1.734Breath Volume 03:01

0.000Air Blank 03:02

0.078Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 03/07/2024 04:40

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:5302/02/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:07

Osceola County SO

ARROYO,ALEJANDRO

04/02/2024

1472328

Osceola County SO

ARROYO,ALEJANDRO,E

CRESPO ZAMBRANA

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:37

# 1 0.173Subject Sample 01:37

1.394Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.174Subject Sample 01:41

1.667Breath Volume 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 02/23/2024 11:17

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:5802/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:57

Osceola County SO

NUSCIS,NICHOLAS

04/02/2024

1472328

Osceola County SO

NUSCIS,NICHOLAS,A

SALMERON

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:35

# 1 0.145Subject Sample 01:36

3.050Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.147Subject Sample 01:39

2.855Breath Volume 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 02/23/2024 11:17

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4402/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:33

Osceola County SO

ALONSO,LUIS

04/02/2024

1472328

FHP Troop D

NUSCIS,NICHOLAS,A

FREDDY

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.081Control Test 04:40

0.000Air Blank 04:40

# 1 0.175Subject Sample 04:41

2.839Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.165Subject Sample 04:44

2.257Breath Volume 04:44

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2402/03/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:46

Osceola County SO

NUSCIS,NICHOLAS

04/02/2024

1472328

Osceola County SO

NUSCIS,NICHOLAS,A

GILMORE

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.081Control Test 22:30

0.000Air Blank 22:30

# 1 0.000Subject Sample 22:30

3.027Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.000Subject Sample 22:34

3.140Breath Volume 22:34

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:4202/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

02:48

Osceola County SO

ROSARIO,LUIS

04/02/2024

1472328

FHP Troop D

NUSCIS,NICHOLAS,A

CASTILLO ALMAO

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:17

# 1 0.134Subject Sample 04:18

1.363Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.129Subject Sample 04:21

1.265Breath Volume 04:21

0.000Air Blank 04:21

0.080Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:08:5902/04/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:38

08:14

Osceola County SO

NUSCIS,NICHOLAS

04/02/2024

1472328

Osceola County SO

NUSCIS,NICHOLAS,A

HINCAPIE-VEGA

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:01

0.000Air Blank 09:01

0.081Control Test 09:01

0.000Air Blank 09:02

# 1 0.070Subject Sample 09:03

1.402Breath Volume 09:03

0.000Air Blank 09:04

0.000Air Blank 09:05

# 2 0.065Subject Sample 09:07

1.285Breath Volume 09:07

0.000Air Blank 09:08

0.081Control Test 09:08

0.000Air Blank 09:08

OKDiagnostics Check 09:08

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:2402/07/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:23

Osceola County SO

ARROYO,ALEJANDRO

04/02/2024

1472328

Osceola County SO

GRIMALDI,MICHAEL,J

SANTIAGO CORTES

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:06

# 1Subject Sample 04:07 RFI Detect

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.082Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:2202/07/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:23

Osceola County SO

ARROYO,ALEJANDRO

04/02/2024

1472328

Osceola County SO

GRIMALDI,MICHAEL,J

SANTIAGO CORTES

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.082Control Test 04:10

0.000Air Blank 04:11

# 1 0.178Subject Sample 04:13

1.218Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2Subject Sample 04:17 Sequence Aborted

0.449Breath Volume 04:17

0.000Air Blank 04:18

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:3302/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:13

Osceola County SO

NUSCIS,NICHOLAS

04/02/2024

1472328

Osceola County SO

NUSCIS,NICHOLAS,A

ORTIZ

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.081Control Test 04:47

0.000Air Blank 04:48

# 1 0.146Subject Sample 04:49

2.121Breath Volume 04:49

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.149Subject Sample 04:51

1.519Breath Volume 04:51

0.000Air Blank 04:52

0.081Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:0302/09/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:43

Osceola County SO

ZULEIKA SANTIAGO,ZULEIKA

04/02/2024

1472328

Osceola County SO

GRIMALDI,MICHAEL,J

TAVAREZ

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.081Control Test 22:33

0.000Air Blank 22:33

# 1 0.153Subject Sample 22:34

2.578Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:36

# 2 0.154Subject Sample 22:37

2.429Breath Volume 22:37

0.000Air Blank 22:38

0.081Control Test 22:38

0.000Air Blank 22:38

OKDiagnostics Check 22:39

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:5902/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:35

Osceola County SO

WRIGHT,LAMONT

04/02/2024

1472328

St. Cloud PD

ARROYO,ALEJANDRO,E

CARRANZA

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.081Control Test 02:01

0.000Air Blank 02:01

# 1 0.000Subject Sample 02:02

2.007Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.000Subject Sample 02:05

2.351Breath Volume 02:05

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:10:5002/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

06:43

Osceola County SO

EARL,SHAWN

04/02/2024

1472328

Osceola County SO

KAMINSKI,KELSEY,C

LOPEZ-CHICAJ

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:03

0.000Air Blank 08:04

0.081Control Test 08:04

0.000Air Blank 08:05

# 1 0.172Subject Sample 08:06

1.921Breath Volume 08:06

0.000Air Blank 08:06

0.000Air Blank 08:08

# 2 0.171Subject Sample 08:09

3.175Breath Volume 08:09

0.000Air Blank 08:09

0.080Control Test 08:10

0.000Air Blank 08:10

OKDiagnostics Check 08:10

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:4802/11/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

20:09

Osceola County SO

BILLITTIER,JOSEPH

04/02/2024

1472328

Osceola County SO

SOTO,BRANDON,J

SALCE

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.081Control Test 20:53

0.000Air Blank 20:54

# 1 0.189Subject Sample 20:55

1.464Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.194Subject Sample 20:58

1.550Breath Volume 20:58

0.000Air Blank 20:59

0.076Control Test 21:00

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3502/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:35

Osceola County SO

RIVAS,JENIFER

04/02/2024

1472328

Osceola County SO

GRIMALDI,MICHAEL,J

MYLES

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.081Control Test 02:25

0.000Air Blank 02:26

# 1 0.120Subject Sample 02:27

2.250Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:29

# 2 0.118Subject Sample 02:30

2.308Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:4102/12/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:50

Osceola County SO

ARROYO,ALEJANDRO

04/02/2024

1472328

Osceola County SO

ARROYO,ALEJANDRO,E

SERVIN

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:13

0.000Air Blank 19:13

0.081Control Test 19:14

0.000Air Blank 19:14

# 1 0.146Subject Sample 19:15

1.671Breath Volume 19:15

0.000Air Blank 19:16

0.000Air Blank 19:18

# 2 0.152Subject Sample 19:19

1.710Breath Volume 19:19

0.000Air Blank 19:19

0.080Control Test 19:20

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:3702/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:34

Kissimmee PD

GARCIA,CORINA

04/02/2024

1472328

Kissimmee PD

GARCIA,CORINA,M

VIELMA TOLEDO

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

# 1 0.167Subject Sample 04:14

2.968Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.173Subject Sample 04:17

2.585Breath Volume 04:17

0.000Air Blank 04:18

0.079Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:1102/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:31

Kissimmee PD

OWENS,JAIQUAN

04/02/2024

1472328

Kissimmee PD

NIEVES,CHARLIE,

PAGAN CRUZ

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.080Control Test 20:12

0.000Air Blank 20:12

# 1 0.199Subject Sample 20:13

1.636Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.205Subject Sample 20:17

2.078Breath Volume 20:17

0.000Air Blank 20:18

0.078Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0502/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:29

Osceola County SO

FONTANEZ,YOMARI

04/02/2024

1472328

Osceola County SO

FONTANEZ,YOMARI,I

DIAZDELEON

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.081Control Test 00:06

0.000Air Blank 00:06

# 1 0.063Subject Sample 00:07

2.546Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:09

# 2 0.061Subject Sample 00:10

2.320Breath Volume 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:12

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4002/19/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:30

Kissimmee PD

GARCIA,CORINA

04/02/2024

1472328

Kissimmee PD

GARCIA,CORINA,M

RODRIGUEZ

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.080Control Test 03:01

0.000Air Blank 03:01

# 1 0.168Subject Sample 03:02

2.265Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.168Subject Sample 03:05

1.671Breath Volume 03:05

0.000Air Blank 03:05

0.078Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:08:4602/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

14:57

Osceola County SO

MONCAYO,MASON

04/02/2024

1472328

St. Cloud PD

TORRES,CARLOS,I

CRUZ

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:02

0.000Air Blank 16:03

0.080Control Test 16:03

0.000Air Blank 16:04

# 1 0.232Subject Sample 16:04

2.695Breath Volume 16:04

0.000Air Blank 16:05

0.000Air Blank 16:07

# 2Subject Sample 16:07 RFI Detect

0.000Breath Volume 16:07

0.000Air Blank 16:07

0.080Control Test 16:08

0.000Air Blank 16:08

OKDiagnostics Check 16:08

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:26:2302/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

14:57

Osceola County SO

MONCAYO,MASON

04/02/2024

1472328

St. Cloud PD

TORRES,CARLOS,I

CRUZ

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:16

0.000Air Blank 16:16

0.080Control Test 16:16

0.000Air Blank 16:17

# 1 0.217Subject Sample 16:18

2.246Breath Volume 16:18

0.000Air Blank 16:19

0.000Air Blank 16:20

# 2 0.196Subject Sample 16:21

1.347Breath Volume 16:21

0.000Air Blank 16:22

0.000Air Blank 16:24

# 3 0.180Subject Sample 16:24

1.484Breath Volume 16:24

0.000Air Blank 16:25

0.079Control Test 16:25

0.000Air Blank 16:26

OKDiagnostics Check 16:26

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:1702/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:48

Kissimmee PD

NIEVES,CHARLIE

04/02/2024

1472328

Kissimmee PD

NIEVES,CHARLIE,

FONTAN NIEVES

01/03/2024

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:13

# 1 0.162Subject Sample 03:13

2.621Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.161Subject Sample 03:16

2.289Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 02/23/2024 11:18

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2502/17/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:44

Palm Beach County SO

MURPHY,ANTHONY

04/05/2025

06723080A5

Riviera Beach PD

BELL,JOSHUA,J

JABLONSKI

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1 0.307Subject Sample 04:09

1.507Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.308Subject Sample 04:12

1.546Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3302/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:56

Palm Beach County SO

SENTMANAT,ADOLFO

04/05/2025

06723080A5

Palm Beach County SO

BELL,JOSHUA,J

CRUZ RAMIREZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

# 1 0.260Subject Sample 02:45

2.453Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.269Subject Sample 02:48

3.261Breath Volume 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0202/18/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:51

Palm Beach County SO

IVANOVIC,MATTHEW

04/05/2025

06723080A5

Palm Beach County SO

MILLER,THOMASINA,E

HEPNER

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

# 1 0.191Subject Sample 23:53

4.125Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:55

# 2 0.187Subject Sample 23:56

3.578Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:58

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:2502/20/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:02

Palm Beach County SO

CHEHAB,KHODR

04/05/2025

06723080A5

Palm Beach County SO

POUND,PARIS,D

MORAN ORTIZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:57

0.080Control Test 18:58

0.000Air Blank 18:58

# 1 0.245Subject Sample 18:59

1.347Breath Volume 18:59

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.254Subject Sample 19:02

1.593Breath Volume 19:02

0.000Air Blank 19:03

0.079Control Test 19:03

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:5702/20/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:08

Palm Beach County SO

WASHINGTON,GABRIELLE

04/05/2025

06723080A5

Delray Beach PD

POUND,PARIS,D

PARSHALL-SLUMAN

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.080Control Test 22:34

0.000Air Blank 22:34

# 1 0.212Subject Sample 22:35

1.910Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.203Subject Sample 22:40

1.890Breath Volume 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:2702/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:15

Palm Beach County SO

WARD,CHRISTOPHER

04/05/2025

06723080A5

Palm Beach County SO

MILLER,THOMASINA,E

MARTINEZ PEREZ

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

# 2 0.127Subject Sample 23:59

1.167Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.135Subject Sample 00:04

1.878Breath Volume 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0202/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:54

Palm Beach County SO

KAHN,JUSTIN

04/05/2025

06723080A5

Palm Beach Gardens

MILLER,THOMASINA,E

MOORE

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:03

# 1 0.120Subject Sample 02:04

1.617Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:06

# 2 0.119Subject Sample 02:07

2.187Breath Volume 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:09

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3102/21/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:43

Palm Beach County SO

CARVER,CAMERON

04/05/2025

06723080A5

Palm Beach Gardens

MILLER,THOMASINA,E

SANCHEZ SALGADO

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1 0.000Subject Sample 03:54

2.875Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.000Subject Sample 03:57

3.964Breath Volume 03:57

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:1002/22/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:12

Palm Beach County SO

WHITE,EDWARD

04/05/2025

06723080A5

Palm Beach County SO

MILLER,THOMASINA,E

PEREZ AGUILAR

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

# 1 0.205Subject Sample 02:04

3.082Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:06

# 2 0.205Subject Sample 02:07

2.378Breath Volume 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:5302/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:32

Palm Beach County SO

FLINK,ANDREW

04/05/2025

06723080A5

Palm Beach Gardens

RAGIN,RENEE,M

BROWN

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

# 1 0.166Subject Sample 00:30

3.515Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:32

# 2 0.161Subject Sample 00:33

2.082Breath Volume 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:0102/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:35

Palm Beach County SO

POINTU,PATRICK

04/05/2025

06723080A5

Palm Beach County SO

BELL,JOSHUA,J

GAVARAS

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

# 1 0.203Subject Sample 03:58

1.855Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.206Subject Sample 04:01

1.593Breath Volume 04:01

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:03

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:5002/23/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:27

Palm Beach County SO

FLINK,ANDREW

04/05/2025

06723080A5

Palm Beach Gardens

O'NEAL,SHARI,L

ELLIOTT

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:22

# 1 0.252Subject Sample 23:23

1.832Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:25

# 2 0.264Subject Sample 23:26

3.039Breath Volume 23:26

0.000Air Blank 23:26

0.079Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5402/24/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:25

Palm Beach County SO

JENNINGS,DAVON

04/05/2025

06723080A5

Boynton Beach PD

BELL,JOSHUA,J

COOPER

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

# 1 0.205Subject Sample 03:31

2.742Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.205Subject Sample 03:34

2.878Breath Volume 03:34

0.000Air Blank 03:34

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:5202/26/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:55

Palm Beach County SO

BLAKE,XAVIAN

04/05/2025

06723080A5

West Palm Beach PD

MILLER,THOMASINA,E

REED

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.080Control Test 01:59

0.000Air Blank 01:59

# 1 0.029Subject Sample 02:02 Volume Not Met

0.378Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2Subject Sample 02:06 Subject Test Refused

0.250Breath Volume 02:06

0.000Air Blank 02:06

0.080Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1402/27/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:05

Palm Beach County SO

DENIER,MICHAEL

04/05/2025

06723080A5

Jupiter PD

GONZALEZ,MADELIN,

GAMBIN

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

# 1 0.245Subject Sample 01:08

2.097Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.247Subject Sample 01:11

3.566Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3502/27/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:42

Palm Beach County SO

TARANOW,JESSE

04/05/2025

06723080A5

Atlantis PD

GONZALEZ,MADELIN,

CASTELLON AVELAR

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:03

# 1 0.211Subject Sample 03:04

2.476Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.212Subject Sample 03:07

2.550Breath Volume 03:07

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2402/28/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:51

Palm Beach County SO

POINTU,PATRICK

04/05/2025

06723080A5

Palm Beach County SO

MILLER,THOMASINA,E

MENACHO

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:04

# 1 0.248Subject Sample 02:05

2.292Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.239Subject Sample 02:08

1.339Breath Volume 02:08

0.000Air Blank 02:09

0.078Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:5802/28/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:41

Palm Beach County SO

POINTU,PATRICK

04/05/2025

06723080A5

Palm Beach County SO

GONZALEZ,MADELIN,

BODASING

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

# 1 0.189Subject Sample 23:51

2.906Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:53

# 2 0.187Subject Sample 23:54

2.597Breath Volume 23:54

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:2302/29/2024

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

00:39

Palm Beach County SO

DESUYO,AISON

04/05/2025

06723080A5

FHP Troop L

MILLER,THOMASINA,E

PORTIER

02/16/2024

8100.27

PALM BEACH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.218Subject Sample 02:33

1.476Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.227Subject Sample 02:36

1.269Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 03/08/2024 13:21

15 April 2024Printed:

COBRA ©1997-2014 CMI, Inc.


