FOLE ...

Date In 3/22/2022

Florida Department of
Law Enforcement

Port Richey PD

INSTRUMENT PROCESSING SHEET

s/N 80-000967

DI Completion Date 3/29/2022

Qship

ae/u ®H/D Qcwvi OEE

Intake _ByTDG | Quality Checks By TDG Date 32212022 | Flow Calibration By Date
@ Annual v @ Breath Tube Screen Flow Column #
@ Registration Replace External O-Rings O 5L/min-17mm
O Return from CMI / EE @ Instrument Set Up Verified Q 15L/min = 53mm
Visual IHSHeEan: @ R-Value 150 O 30L/min - 103mm
B Cass i Haridle @ Flow Verification (L/s) a R-Value. : —_
B Keyboard 8 Dry Gas Shelf Flow Column # ATP104 O Post Calibration Verification (L/s)
Fidget & Breath Tube 32 mm 0.144 (.139-.169) | Flow Column #
& Ports ® Screws Tight 36 mm 0.160 (.156 -.190) 32 mm (.139-.169)
: 53 mm 0.238 (228-.278) | 36mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.500 (.447-.547) | 53mm (.228 - .278)
W Power cord U Printer Cable ® Barometric Pressure Check 103 mm (.447 - .547)
O Static Bag 4 12V DC Cable Gauge ID # 68639
Notes: W Stability Checks
Simulator seri_al‘ﬁ:_. [ Lot #[Exp _ Nalntenance e
0.050 202010A O Battery Replacement
MP6286 10/05/2022 U Dry Gas Regulator Replacement
0.080 F— 2020108 g (le:;ath Tube Replacement
10/05/2022 e
0.200 MBEBES 202010D
10/06/2022
0.080 DGS N/A AG115904
06/08/2023
Calibration Adjustment e By Department Inspection By TDG
Barometric Pressure Gauge ID# Barometric Pressure ID# 28663
Simulator | Serial # Lot# | Expiration Gauge 1022 Instrument 1022
0.000 N/A N/A Mouth Alcohol Solution Lot # 2021-B
0.040 < - Acetone Stock Solution Lot # 2021-C
0.100 Simulator Serial Number
0.200 0.000 3 MP6284
e Interferent MP6285
0.050 MP6286
0.080 DGS N/A ) 0.080 MP6287
U Post Calibration Adjustment Stability Checks 220 MP6288
Simulator | Serial # Lot # Expiration | | | Attachments PnaE
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks O Flow Calibration
0.200 @ Calibration Certificate @ Form 40
0.080 DGS N/A U Calibration Adjustment ® Other Form 47
Notes/Suggested Service: Port Richey PD doesn't currently @ Instrument Complies with Chapter 11D-8, FAC
have a permitted Agency Inspector yet. Damon Pulaski O Instrument Does Not Comply with Chapter 11D-8, FAC
from FWC will be covering the monthly inspections until ~ @ Return to/Place into Evidentiary Use
Por:t Richey PD has a permitted Agency Inspector of U Remain Out of Evidentiary Use _
their own (TDG). - @ Conduct an Agency Inspection Before Eyidentiary Use
Will schedule a field visit to drop off the instrument after David Eliezer 5aialydonesiyouia : (e
it is registered (TDG) ° ReyesRivera ™" """ 14:18:16
‘Tech Review / Date Admir. Reviéh¥9 Date
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: APOPKA P.D. Serial Number: 80-000967
Time of Inspection: 09:51 Date of Inspection: 03/29/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
No
Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspection): OK
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Loti#: (g/210L)
Exp: Exp: Exp: Lot#:
Exp:
Number of Simulators Used:
Remarks: =
BYPASSED AT TO OPERATE INSTRUMENT 61
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) with Chapter 11D-8, FAC.

The above instrument complies (_,aI/’) does not comply (

I certify that I hold a valid Florida Department of Law Enforcement Agency Imnspector Permit and that I
performed this ingpects in agcordance with the provisions of Chapter 11D-8, FAC.
o MZ( y/. TAYLOR D GUTSCHOW
Signature and Printed Name
03/29/2022
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

[

Agency: PORT RICHEY PD Serial Number: 80-000967
Time of Inspection: 14:21 Date of Inspection: 03/29/2022 Software: 8100.27
Check or Test . YES NO Check or Test YES NO
Diagnostic Check - Date and/or Time Adjusted
(Pre-Inspection) : OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202010A Lot#:202010B Lot#:202010D (g/210L)

Exp: 10/05/2022 Exp: 10/05/2022 Exp: 10/06/2022 Lot#:AG115904
Exp: 06/08/2023

0.000 0.047 0.078 0.197 0.079

0.000 0.048 0.079 0...1.97 0.079

0.000 0.048 0.078 0.196 0.078

0.000 0.048 0.078 0.196 0.078

0.000 0.048 0.078 0:197 0.078

0.000 0.048 0.078 0.197 0.078

0.000 0.048 0.078 0.196 0. QF%

0.000 0.048 0.077 0.196 0.077

0.000 0.048 0.478 0.196 0.077

0.000 0.048 0.078 Q.196 0.078

§

[ standard peviations | 0.0003 0.0004 0.0005 | 0.0007

Average Standard Deviatiom of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that, I d this inspection in accordance with the provisions of Chapter 11D-8, FAC.

yra TAYLOR D GUTSCHOW
Signature and Printed Name

03/29/2022
Date

FDLE/ATP Form 41 —Revised August 2005
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FIDLE reauest ror rRecisTrATION

Florida Department of
Law Enforcement

MAKE AND MODEL OF INsTRuMeNT: |Ntoxilyzer 8000

SERIAL NUMBER: 90-000967

OWNING AGeNncy: Port Richey PD

DATE OF DEPARTMENT INSPECTION: 3/29/2022

AGENCY INsPECTOR: P@mon Pulaski (FWC)

ADDREss: 0333 Ridge Road

TELEPHONE NUMBER: 392-398-9945 (Darpon Pulaski, FWC)

FAX NUMBER:

EMAIL ADDRESS (if available): D@Mon.Pulaski@myfwc.com

For Program Office Use Only:

1" Registration Issued
L7_| Instrument Added to Evidentiary Instrument Database
B3 Instrument Added to Monthly Statistics Database
Contact Information Added to Instrument Database
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Issuing Authority: Alcohol Testing Program For Internal ATP Use Only



