
80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:3504/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:11

Bradford County SO

MURRAY,WILLIAM

03/05/2026

01524080A4

Bradford County SO

WHITEHEAD,BRANDON,A

IVANOV

03/01/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.078Control Test 20:58

0.000Air Blank 20:59

# 1 0.241Subject Sample 21:00

2.460Breath Volume 21:00

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.228Subject Sample 21:03

2.726Breath Volume 21:03

0.000Air Blank 21:03

0.080Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 06/13/2025 17:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:59:1104/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:37

07:12

FHP Troop G

SANDERS,TAYLOR

03/05/2026

01524080A4

Bradford County SO

VO,SEBASTIAN,D

KILPATRICK

03/01/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:57

0.000Air Blank 08:58

0.086Control Test 08:58 Control Outside Tolerance

0.000Air Blank 08:59

Data Download Date/Time: 06/13/2025 17:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:04:3304/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:37

07:12

FHP Troop G

SANDERS,TAYLOR

03/05/2026

01524080A4

Bradford County SO

VO,SEBASTIAN,D

KILPATRICK

03/01/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:03

0.000Air Blank 09:03

0.086Control Test 09:03 Control Outside Tolerance

0.000Air Blank 09:04

Data Download Date/Time: 06/13/2025 17:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1304/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:18

Nassau County SO

CROSSETT,CADEN

03/05/2026

04924080A4

Nassau County SO

MCCORMACK,ZACHARY,T

DOUGLAS

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:36

# 1 0.219Subject Sample 03:38

1.847Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:40

# 2 0.206Subject Sample 03:41

3.097Breath Volume 03:41

0.000Air Blank 03:42

0.071Control Test 03:42 Control Outside Tolerance

0.000Air Blank 03:43

Data Download Date/Time: 04/30/2025 22:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:3104/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

22:42

Nassau County SO

VAZQUEZ,M

03/05/2026

04924080A4

Nassau County SO

HOWARD,A,N

RAPP

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.078Control Test 23:55

0.000Air Blank 23:56

# 1 0.164Subject Sample 23:56

1.253Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 2 0.170Subject Sample 23:59

1.722Breath Volume 23:59

0.000Air Blank 00:00

0.077Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 04/30/2025 22:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:3004/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:13

Nassau County SO

SEARS,C

03/05/2026

04924080A4

FHP Troop G

HINSON,JAKOB,M

COCCO

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.078Control Test 23:40

0.000Air Blank 23:40

# 1 0.125Subject Sample 23:41

4.609Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.124Subject Sample 23:44

4.207Breath Volume 23:44

0.000Air Blank 23:45

0.077Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 04/30/2025 22:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:14:5704/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:36

14:14

Nassau County SO

THORTON,B

03/05/2026

04924080A4

Nassau County SO

MUNGO,WILLIAM,F

JACKSON

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:07

0.000Air Blank 15:08

0.078Control Test 15:08

0.000Air Blank 15:09

# 1 0.204Subject Sample 15:10

2.511Breath Volume 15:10

0.000Air Blank 15:10

0.000Air Blank 15:12

# 2 0.200Subject Sample 15:13

2.546Breath Volume 15:13

0.000Air Blank 15:14

0.076Control Test 15:14

0.000Air Blank 15:14

OKDiagnostics Check 15:14

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3004/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:31

Nassau County SO

PERALTA,C

03/05/2026

04924080A4

Nassau County SO

DAVIS,B,A

ELROD

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:42

# 1 0.185Subject Sample 21:42

2.453Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.174Subject Sample 21:45

2.476Breath Volume 21:45

0.000Air Blank 21:46

0.078Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4104/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:57

Nassau County SO

KEENEY,T

03/05/2026

04924080A4

Nassau County SO

DAVIS,B,A

HEER

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

# 1 0.110Subject Sample 03:13

1.589Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:15

# 2 0.111Subject Sample 03:17

1.632Breath Volume 03:17

0.000Air Blank 03:17

0.077Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:23:4004/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:56

11:31

Nassau County SO

MORRIS,M

03/05/2026

04924080A4

Nassau County SO

SNEAD,C,M

SOBIESKI

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:16

0.000Air Blank 12:17

0.078Control Test 12:17

0.000Air Blank 12:18

# 1 0.268Subject Sample 12:19

1.402Breath Volume 12:19

0.000Air Blank 12:19

0.000Air Blank 12:21

# 2 0.263Subject Sample 12:22

1.179Breath Volume 12:22

0.000Air Blank 12:22

0.077Control Test 12:23

0.000Air Blank 12:23

OKDiagnostics Check 12:23

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5904/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:23

Nassau County SO

SELIMANOVIC,A

03/05/2026

04924080A4

Nassau County SO

LAWSON,H,G

MOLINARES

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:24

# 1 0.000Subject Sample 01:26

1.460Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.000Subject Sample 01:29

1.210Breath Volume 01:29

0.000Air Blank 01:30

0.077Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:1604/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:47

Nassau County SO

MURTO,T

03/05/2026

04924080A4

Nassau County SO

DAVIS,B,A

THOMPSON

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.079Control Test 05:51

0.000Air Blank 05:52

# 1 0.123Subject Sample 05:53

3.445Breath Volume 05:53

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.119Subject Sample 05:56

2.152Breath Volume 05:56

0.000Air Blank 05:57

0.078Control Test 05:57

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:1904/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:25

FHP Troop G

SEARS,COLBY

03/05/2026

04924080A4

FHP Troop G

SEARS,C,D

ROBERTS

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.078Control Test 01:03

0.000Air Blank 01:03

# 1 0.092Subject Sample 01:04

1.128Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:06

# 2 0.095Subject Sample 01:07

1.144Breath Volume 01:07

0.000Air Blank 01:08

0.077Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:2704/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:06

FHP Troop G

SEARS,COLBY

03/05/2026

04924080A4

FHP Troop G

SEARS,COLBY,D

BLUNT

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.078Control Test 05:36

0.000Air Blank 05:36

# 1 0.060Subject Sample 05:38

2.832Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:40

# 2 0.058Subject Sample 05:41

3.648Breath Volume 05:41

0.000Air Blank 05:42

0.077Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:1604/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:16

Nassau County SO

KEENEY,T

03/05/2026

04924080A4

Nassau County SO

PASTRANA,T,J

LANHAM

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.078Control Test 22:01

0.000Air Blank 22:01

# 1Subject Sample 22:01 Subject Test Refused

0.000Breath Volume 22:01

0.000Air Blank 22:02

0.078Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:0404/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:31

Nassau County SO

WOODS,W

03/05/2026

04924080A4

Nassau County SO

PASTRANA,T,J

KIRKWOOD

04/03/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.078Control Test 00:10

0.000Air Blank 00:11

# 1Subject Sample 00:11 Subject Test Refused

0.000Breath Volume 00:11

0.000Air Blank 00:12

0.077Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:13

Data Download Date/Time: 04/30/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:43:0704/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:13

07:03

Haines City PD

HICKS,DANIEL

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

GUERRERO

03/07/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:33

0.000Air Blank 07:33

0.083Control Test 07:34

0.000Air Blank 07:34

# 1 0.088Subject Sample 07:36

2.558Breath Volume 07:36

0.000Air Blank 07:37

0.000Air Blank 07:39

# 2 0.084Subject Sample 07:41

2.128Breath Volume 07:41

0.000Air Blank 07:42

0.081Control Test 07:42

0.000Air Blank 07:43

OKDiagnostics Check 07:43

Data Download Date/Time: 04/02/2025 05:06

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:36:0804/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

08:45

08:35

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

HAWKINS

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:30

0.000Air Blank 09:30

0.081Control Test 09:30

0.000Air Blank 09:31

# 1 0.000Subject Sample 09:31

2.507Breath Volume 09:31

0.000Air Blank 09:32

0.000Air Blank 09:34

# 2 0.000Subject Sample 09:34

2.726Breath Volume 09:34

0.000Air Blank 09:35

0.079Control Test 09:35

0.000Air Blank 09:36

OKDiagnostics Check 09:36

Data Download Date/Time: 05/02/2025 17:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:49:4904/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:00

08:55

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

SPENCER

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:43

0.000Air Blank 09:44

0.080Control Test 09:44

0.000Air Blank 09:44

# 1 0.000Subject Sample 09:45

1.261Breath Volume 09:45

0.000Air Blank 09:45

0.000Air Blank 09:47

# 2 0.000Subject Sample 09:48

1.210Breath Volume 09:48

0.000Air Blank 09:48

0.081Control Test 09:49

0.000Air Blank 09:49

OKDiagnostics Check 09:49

Data Download Date/Time: 05/02/2025 17:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:41:5504/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:30

10:25

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

CARR

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:36

0.000Air Blank 11:36

0.081Control Test 11:36

0.000Air Blank 11:37

# 1 0.000Subject Sample 11:37

2.042Breath Volume 11:37

0.000Air Blank 11:38

0.000Air Blank 11:40

# 2 0.000Subject Sample 11:40

1.605Breath Volume 11:40

0.000Air Blank 11:41

0.081Control Test 11:41

0.000Air Blank 11:41

OKDiagnostics Check 11:41

Data Download Date/Time: 05/02/2025 17:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:54:4204/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

11:00

10:50

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

MASON

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:48

0.000Air Blank 11:49

0.081Control Test 11:49

0.000Air Blank 11:50

# 1 0.000Subject Sample 11:50

1.640Breath Volume 11:50

0.000Air Blank 11:50

0.000Air Blank 11:53

# 2 0.000Subject Sample 11:53

1.925Breath Volume 11:53

0.000Air Blank 11:53

0.080Control Test 11:54

0.000Air Blank 11:54

OKDiagnostics Check 11:54

Data Download Date/Time: 05/02/2025 17:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:13:4504/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

11:00

10:50

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

MANZANO MELENDEZ

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:07

0.000Air Blank 12:08

0.081Control Test 12:08

0.000Air Blank 12:09

# 1 0.000Subject Sample 12:09

1.808Breath Volume 12:09

0.000Air Blank 12:10

0.000Air Blank 12:12

# 2 0.000Subject Sample 12:12

2.175Breath Volume 12:12

0.000Air Blank 12:12

0.081Control Test 12:13

0.000Air Blank 12:13

OKDiagnostics Check 12:13

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:27:4104/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

11:35

11:30

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

HARVEY

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:21

0.000Air Blank 12:22

0.081Control Test 12:22

0.000Air Blank 12:22

# 1 0.000Subject Sample 12:23

1.582Breath Volume 12:23

0.000Air Blank 12:23

0.000Air Blank 12:25

# 2 0.000Subject Sample 12:26

1.199Breath Volume 12:26

0.000Air Blank 12:26

0.080Control Test 12:27

0.000Air Blank 12:27

OKDiagnostics Check 12:27

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:25:0604/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

14:30

14:30

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

SMITH

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:18

0.000Air Blank 15:19

0.081Control Test 15:19

0.000Air Blank 15:20

# 1 0.000Subject Sample 15:20

1.394Breath Volume 15:20

0.000Air Blank 15:20

0.000Air Blank 15:22

# 2 0.000Subject Sample 15:23

1.535Breath Volume 15:23

0.000Air Blank 15:24

0.080Control Test 15:24

0.000Air Blank 15:25

OKDiagnostics Check 15:25

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:37:5104/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

14:55

14:50

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

BARTEL

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:32

0.000Air Blank 15:32

0.081Control Test 15:32

0.000Air Blank 15:33

# 1 0.000Subject Sample 15:33

2.511Breath Volume 15:33

0.000Air Blank 15:34

0.000Air Blank 15:36

# 2 0.000Subject Sample 15:36

2.484Breath Volume 15:36

0.000Air Blank 15:36

0.081Control Test 15:37

0.000Air Blank 15:37

OKDiagnostics Check 15:37

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5404/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:09

Haines City PD

TURNER,LATORIAN

06/27/2026

403056709

Haines City PD

TURNER,LATORIAN,T

DOWNING

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.080Control Test 03:57

0.000Air Blank 03:57

# 1 0.165Subject Sample 04:00

1.703Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.166Subject Sample 04:04

3.082Breath Volume 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:26:4804/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:00

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

HUGHEY

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:20

0.000Air Blank 10:21

0.081Control Test 10:21

0.000Air Blank 10:22

# 1 0.000Subject Sample 10:22

2.164Breath Volume 10:22

0.000Air Blank 10:22

0.000Air Blank 10:24

# 2 0.000Subject Sample 10:25

2.261Breath Volume 10:25

0.000Air Blank 10:25

0.081Control Test 10:26

0.000Air Blank 10:26

OKDiagnostics Check 10:26

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:22:0604/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

14:00

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

CANO

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:21

Air Blank 14:21 RFI Detect

0.000Air Blank 14:22

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:29:3704/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

14:00

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

CANO

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:23

0.000Air Blank 14:24

0.082Control Test 14:24

0.000Air Blank 14:24

# 1 0.000Subject Sample 14:25

2.535Breath Volume 14:25

0.000Air Blank 14:25

0.000Air Blank 14:27

# 2 0.000Subject Sample 14:28

2.593Breath Volume 14:28

0.000Air Blank 14:28

0.081Control Test 14:29

0.000Air Blank 14:29

OKDiagnostics Check 14:29

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:46

Haines City PD

BRUNER,SEAN

06/05/2026

403056709

Haines City PD

BRUNER,SEAN,R

ESPINAL

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:38

# 1Subject Sample 03:39 Subject Test Refused

0.000Breath Volume 03:39

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:29:0904/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:03

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

LEAL HERNANDEZ

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:23

0.000Air Blank 10:23

0.081Control Test 10:23

0.000Air Blank 10:24

# 1 0.000Subject Sample 10:24

1.578Breath Volume 10:24

0.000Air Blank 10:25

0.000Air Blank 10:27

# 2 0.000Subject Sample 10:27

1.152Breath Volume 10:27

0.000Air Blank 10:28

0.082Control Test 10:28

0.000Air Blank 10:29

OKDiagnostics Check 10:29

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:2404/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:19

Haines City PD

BRUNER,SEAN

06/05/2026

403056709

Haines City PD

BRUNER,SEAN,R

HEMMING

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.080Control Test 22:01

0.000Air Blank 22:01

# 1 0.203Subject Sample 22:01

2.058Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.190Subject Sample 22:04

1.281Breath Volume 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:12:5504/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:31

05:56

Haines City PD

TURNER,LATORIAN

06/05/2026

403056709

Haines City PD

TURNER,LATORIAN,T

BROWN

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:06

0.000Air Blank 07:07

0.080Control Test 07:07

0.000Air Blank 07:08

# 1 0.000Subject Sample 07:08

2.726Breath Volume 07:08

0.000Air Blank 07:09

0.000Air Blank 07:11

# 2 0.000Subject Sample 07:11

2.777Breath Volume 07:11

0.000Air Blank 07:12

0.080Control Test 07:12

0.000Air Blank 07:12

OKDiagnostics Check 07:12

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:50:0204/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:35

09:30

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

NOEL

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:44

0.000Air Blank 10:44

0.079Control Test 10:44

0.000Air Blank 10:45

# 1 0.000Subject Sample 10:45

1.601Breath Volume 10:45

0.000Air Blank 10:46

0.000Air Blank 10:48

# 2 0.000Subject Sample 10:48

1.492Breath Volume 10:48

0.000Air Blank 10:49

0.079Control Test 10:49

0.000Air Blank 10:49

OKDiagnostics Check 10:50

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:04:0004/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:30

10:25

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

TAYLOR

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:57

0.000Air Blank 10:58

0.080Control Test 10:58

0.000Air Blank 10:59

# 1 0.000Subject Sample 10:59

1.625Breath Volume 10:59

0.000Air Blank 11:00

0.000Air Blank 11:02

# 2 0.000Subject Sample 11:02

1.992Breath Volume 11:02

0.000Air Blank 11:03

0.080Control Test 11:03

0.000Air Blank 11:03

OKDiagnostics Check 11:04

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:19:5104/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

11:50

11:45

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

GARCIA

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:13

0.000Air Blank 12:14

0.080Control Test 12:14

0.000Air Blank 12:15

# 1 0.000Subject Sample 12:15

2.160Breath Volume 12:15

0.000Air Blank 12:16

0.000Air Blank 12:18

# 2 0.000Subject Sample 12:18

1.976Breath Volume 12:18

0.000Air Blank 12:18

0.079Control Test 12:19

0.000Air Blank 12:19

OKDiagnostics Check 12:19

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2504/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:13

Haines City PD

TURNER,LATORIAN

06/05/2026

403056709

Haines City PD

TURNER,LATORIAN',T

LOPEZ VELEZ

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.202Subject Sample 03:42

1.164Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.198Subject Sample 03:45

1.996Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1204/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:22

Haines City PD

TURNER,LATORIAN

06/05/2026

403056709

Haines City PD

TURNER,LATORIAN,T

RAMOS

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

# 1Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:06

0.078Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:3104/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:18

Okaloosa County SO

CASON,ERIC

06/27/2026

402783527

Okaloosa County SO

THOMASON,TYLER,J

ALLEN

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.077Control Test 00:51

0.000Air Blank 00:52

# 1 0.231Subject Sample 00:53

1.937Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.236Subject Sample 00:55

2.531Breath Volume 00:55

0.000Air Blank 00:56

0.076Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 04/24/2025 15:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:4304/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

04:40

Okaloosa County SO

REGISTER,JASON

12/22/2025

402623828

Okaloosa County SO

REGISTER,JASON,H

TAYLOR

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:57

0.000Air Blank 05:58

0.078Control Test 05:58

0.000Air Blank 05:58

# 1Subject Sample 06:02 No Sample Provided

0.000Breath Volume 06:02

Air Blank 06:02 RFI Detect

0.000Air Blank 06:02

0.077Control Test 06:03

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 04/24/2025 15:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:5004/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

04:40

Okaloosa County SO

REGISTER,JASON

12/22/2025

402623828

Okaloosa County SO

REGISTER,JASON,H

TAYLOR

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:06

0.000Air Blank 06:06

0.077Control Test 06:06

0.000Air Blank 06:07

# 1Subject Sample 06:07 Subject Test Refused

0.000Breath Volume 06:07

0.000Air Blank 06:07

0.078Control Test 06:08

0.000Air Blank 06:08

OKDiagnostics Check 06:08

Data Download Date/Time: 04/24/2025 15:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4404/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:26

Okaloosa County SO

WHALEY,MICHAEL

12/22/2025

402623828

Okaloosa County SO

WHALEY,MICHAEL,E

OBANDO

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.076Control Test 01:39

0.000Air Blank 01:39

# 1 0.248Subject Sample 01:40

2.722Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.249Subject Sample 01:43

2.617Breath Volume 01:43

0.000Air Blank 01:43

0.076Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 04/24/2025 15:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:2004/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

11:55

Okaloosa County SO

REEDER,GRACIE

12/22/2025

402623828

Okaloosa County SO

BALIEL,AMANDA,L

LINARD

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.078Control Test 00:32

0.000Air Blank 00:33

# 1 0.214Subject Sample 00:33

1.136Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.205Subject Sample 00:36

2.011Breath Volume 00:36

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 04/24/2025 15:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3504/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

21:09

Okaloosa County SO

REGISTER,JASON

12/22/2025

402623828

Okaloosa County SO

REGISTER,JASON,H

OTERO ORTIZ

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.078Control Test 02:52

0.000Air Blank 02:52

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:54

0.078Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 04/24/2025 15:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:3604/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:49

Okaloosa County SO

DANIEL,LYLE

06/27/2026

402783527

Okaloosa County SO

WARNICK,BIANCA,V

RINGLER

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.078Control Test 04:47

0.000Air Blank 04:48

# 1 0.172Subject Sample 04:49

3.316Breath Volume 04:49

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.172Subject Sample 04:52

3.031Breath Volume 04:52

0.000Air Blank 04:52

0.078Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 04/24/2025 15:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:1004/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:32

FHP Troop A

JACOBSON,KARSON

12/22/2025

402623828

FHP Troop A

JACOBSON,KARSON,J

NOLAN

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:14

0.000Air Blank 17:15

0.078Control Test 17:15

0.000Air Blank 17:15

# 1Subject Sample 17:16 Subject Test Refused

0.000Breath Volume 17:16

0.000Air Blank 17:17

0.078Control Test 17:17

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 04/24/2025 15:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0304/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:57

Okaloosa County SO

REEDER,GRACEY

06/27/2026

402783527

Okaloosa County SO

THOMASON,TYLER,J

LACHMAN

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

# 1 0.008Subject Sample 03:24

1.875Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.008Subject Sample 03:28

1.320Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 04/24/2025 15:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:1904/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:14

Okaloosa County SO

THOMASON,TYLER

06/27/2026

402783527

Okaloosa County SO

THOMASON,TYLER,J

WOOLEY

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.078Control Test 04:46

0.000Air Blank 04:47

# 1 0.220Subject Sample 04:47

1.574Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.231Subject Sample 04:50

2.117Breath Volume 04:50

0.000Air Blank 04:51

0.077Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 04/24/2025 15:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:2404/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

18:23

Okaloosa County SO

SPENCE,JUSTIN

06/27/2026

402783527

Okaloosa County SO

SPENCE,JUSTIN,R

JARNECKE

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.077Control Test 20:31

0.000Air Blank 20:31

# 1 0.173Subject Sample 20:33

1.722Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2Subject Sample 20:38 Subject Test Refused

0.000Breath Volume 20:38

0.000Air Blank 20:38

0.074Control Test 20:38 Control Outside Tolerance

0.000Air Blank 20:39

Data Download Date/Time: 04/24/2025 15:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:4404/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:02

Okaloosa County SO

REEDER,GRACEY

06/27/2026

402783527

Okaloosa County SO

THOMASON,TYLER,J

HUDSON

03/10/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.078Control Test 21:42

0.000Air Blank 21:42

# 1Subject Sample 21:43 Subject Test Refused

0.000Breath Volume 21:43

0.000Air Blank 21:43

0.077Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 04/24/2025 15:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5604/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:20

Okaloosa County SO

REEDER,GRACEY

06/27/2026

402783527

Okaloosa County SO

THOMASON,TYLER,J

OWENS

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.077Control Test 04:49

0.000Air Blank 04:50

# 1Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:51

0.077Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:2804/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

19:52

Valparaiso PD

LUNGER,JOESEPH

06/27/2025

402477284

Valparaiso PD

ORZO,ALEXANDER,M

MURRAY

03/19/2025

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.079Control Test 20:49

0.000Air Blank 20:49

# 1 0.169Subject Sample 20:50

1.632Breath Volume 20:50

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.181Subject Sample 20:54

1.179Breath Volume 20:54

0.000Air Blank 20:55

0.080Control Test 20:55

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 04/07/2025 14:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5404/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:09

Alachua County SO

KRAMER,JOSHUA

03/05/2026

01524080A4

Alachua County SO

KRAMER,JOSHUA,B

ANDREWS

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

# 1 0.000Subject Sample 01:14

1.378Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.000Subject Sample 01:17

1.425Breath Volume 01:17

0.000Air Blank 01:17

0.081Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 05/20/2025 13:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1104/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:27

Gainesville PD

JIN,KEVIN

03/05/2026

01524080A4

Gainesville PD

SOWARDS,JACOB,T

DONLEY

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.081Control Test 03:09

0.000Air Blank 03:09

# 1 0.157Subject Sample 03:10

1.140Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:12

# 2 0.151Subject Sample 03:13

1.597Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 05/20/2025 13:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:3604/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:05

Alachua County SO

WHITE,TOMMY

03/05/2026

01524080A4

Alachua County SO

UPSHAW,JASON,D

PATTERSON

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

# 1Subject Sample 23:51 Subject Test Refused

0.000Breath Volume 23:51

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 05/20/2025 13:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2604/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

22:50

Alachua County SO

MORRIS,ERIC

03/05/2026

01524080A4

Alachua County SO

UPSHAW,JASON,D

ATKINS

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:16

# 1 0.195Subject Sample 00:17

3.511Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.177Subject Sample 00:19

2.296Breath Volume 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 05/20/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:1804/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

21:57

Alachua County SO

JOHNS,NEVIN

03/05/2026

01524080A4

Alachua County SO

UPSHAW,JASON,D

SANTIAGO

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:04

# 1 0.243Subject Sample 00:04

1.453Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.235Subject Sample 00:07

1.910Breath Volume 00:07

0.000Air Blank 00:08

0.080Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 05/20/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:3404/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:44

Alachua County SO

JOHNS,NEVIN

03/05/2026

01524080A4

Alachua County SO

UPSHAW,JASON,D

POGGE

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:04

# 1Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 05/20/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2904/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

22:30

FHP Troop B

WILSON,JOSHUA

03/05/2026

01524080A4

FHP Troop B

WILSON,JOSHUA,B

STONE

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

# 1 0.000Subject Sample 01:26 Volume Not Met

0.050Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.167Subject Sample 01:29

3.773Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:31

# 3 0.174Subject Sample 01:32

1.417Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 05/20/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:4804/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:04

Alachua County SO

GARRIDO,ANTHONY

03/05/2026

01524080A4

Alachua PD

KRAMER,JOSHUA,B

FAULKNER

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.081Control Test 04:01

0.000Air Blank 04:02

# 1 0.126Subject Sample 04:03

1.453Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.133Subject Sample 04:07

1.683Breath Volume 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 05/20/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:2004/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:43

FHP Troop B

WILSON,JOSHUA

03/05/2026

01524080A4

FHP Troop B

WILSON,JOSHUA,B

LANCASTER

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.081Control Test 20:44

0.000Air Blank 20:44

# 1Subject Sample 20:44 Subject Test Refused

0.000Breath Volume 20:44

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 05/20/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:5204/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

22:02

Gainesville PD

MINCK,ISAAC

03/05/2026

01524080A4

Alachua County SO

OSBOURNE,DANTRELL,S

RUTLEDGE

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:50

# 1 0.220Subject Sample 22:52

2.968Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:54

# 2 0.212Subject Sample 22:56

1.441Breath Volume 22:56

0.000Air Blank 22:56

0.079Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 05/20/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:2604/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:31

17:30

Alachua County SO

WILSON,DREW

03/05/2026

01524080A4

High Springs PD

WILSON,MALCOLM,A

WILSON

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:01

0.000Air Blank 18:01

0.080Control Test 18:02

0.000Air Blank 18:02

# 1 0.245Subject Sample 18:03

2.910Breath Volume 18:03

0.000Air Blank 18:03

0.000Air Blank 18:05

# 2 0.246Subject Sample 18:05

2.691Breath Volume 18:05

0.000Air Blank 18:06

0.079Control Test 18:06

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 05/20/2025 13:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:1104/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

15:56

FHP Troop B

BAEZ,JORDI

03/05/2026

01524080A4

FHP Troop B

BAEZ,JORDI,J

MCLEAN

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.080Control Test 18:52

0.000Air Blank 18:52

# 1Subject Sample 18:55 No Sample Provided

0.000Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.111Subject Sample 19:00

1.414Breath Volume 19:00

0.000Air Blank 19:01

0.000Air Blank 19:02

# 3 0.112Subject Sample 19:03

1.371Breath Volume 19:03

0.000Air Blank 19:04

0.081Control Test 19:04

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 05/20/2025 13:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:3804/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:43

Alachua County SO

LAWSON,SKYLER

03/05/2026

01524080A4

Alachua County SO

KRAMER,JOSHUA,B

RITCHEY

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.080Control Test 20:59

0.000Air Blank 20:59

# 1 0.223Subject Sample 21:00

2.125Breath Volume 21:00

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.226Subject Sample 21:03

2.714Breath Volume 21:03

0.000Air Blank 21:03

0.080Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 05/20/2025 13:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:42:0604/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:11

08:36

FHP Troop B

SISTRUNK,TRENT

03/05/2026

01524080A4

FHP Troop B

SISTRUNK,TRENT,D

DAVIS

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:39

0.000Air Blank 13:39

0.080Control Test 13:40

0.000Air Blank 13:40

# 1Subject Sample 13:40 Subject Test Refused

0.000Breath Volume 13:40

0.000Air Blank 13:41

0.080Control Test 13:41

0.000Air Blank 13:42

OKDiagnostics Check 13:42

Data Download Date/Time: 05/20/2025 13:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:3604/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:00

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

RODGERS

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

# 1 0.075Subject Sample 02:40

1.128Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:42

# 2 0.077Subject Sample 02:43

1.382Breath Volume 02:43

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:3404/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:16

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

FEAGLE

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

# 1Subject Sample 03:48 Subject Test Refused

0.000Breath Volume 03:48

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:33

FHP Troop B

SINGLETARY,MATHEW

12/05/2026

31124080A1

FHP Troop B

SINGLETARY,MATHEW,C

CASTLE

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1 0.178Subject Sample 03:56

1.988Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.156Subject Sample 03:59

1.929Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 3 0.165Subject Sample 04:02

2.515Breath Volume 04:02

0.000Air Blank 04:03

0.080Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:3104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:55

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

VASQUEZ

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:47

# 1Subject Sample 20:48 Subject Test Refused

0.000Breath Volume 20:48

0.000Air Blank 20:48

0.081Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:5904/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

22:00

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

COURTEMANCHE

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:42

# 1 0.305Subject Sample 22:43

1.605Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:45

# 2 0.292Subject Sample 22:46

1.890Breath Volume 22:46

0.000Air Blank 22:47

0.079Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:5904/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:30

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNE,DUSTIN,R

DE LA CRUZ

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:36

# 1Subject Sample 04:36 Subject Test Refused

0.000Breath Volume 04:36

0.000Air Blank 04:37

0.080Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:41:0504/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:07

13:42

Live Oak PD

ALVAREZ,E

12/05/2026

31124080A1

Live Oak PD

BUTLER,GERALD,V

GIBSON

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:34

0.000Air Blank 14:35

0.082Control Test 14:35

0.000Air Blank 14:35

# 1 0.221Subject Sample 14:36

1.917Breath Volume 14:36

0.000Air Blank 14:37

0.000Air Blank 14:38

# 2 0.206Subject Sample 14:39

1.894Breath Volume 14:39

0.000Air Blank 14:40

0.078Control Test 14:40

0.000Air Blank 14:41

OKDiagnostics Check 14:41

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:5404/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:58

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

BUSH

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.081Control Test 03:42

0.000Air Blank 03:42

# 1 0.000Subject Sample 03:43

1.285Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.000Subject Sample 03:46

1.566Breath Volume 03:46

0.000Air Blank 03:46

0.081Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1604/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:09

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

PROSE

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1 0.164Subject Sample 03:10

2.687Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.159Subject Sample 03:13

3.000Breath Volume 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1204/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

00:06

Live Oak PD

GAMEZ,EDUARDO

12/05/2026

31124080A1

Live Oak PD

HARDEN,BRANDIE,L

SANCHEZ

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.081Control Test 00:41

0.000Air Blank 00:41

# 1 0.272Subject Sample 00:42

1.355Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:44

# 2Subject Sample 00:44 RFI Detect

0.878Breath Volume 00:44

Air Blank 00:45 RFI Detect

0.000Air Blank 00:46

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2604/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

00:06

Live Oak PD

GAMEZ,EDUARDO

12/05/2026

31124080A1

Live Oak PD

HARDEN,BRANDIE',L

SANCHEZ

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.080Control Test 00:48

Air Blank 00:48 RFI Detect

0.000Air Blank 00:49

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:1704/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

00:06

Live Oak PD

GAMEZ,EDUARDO

12/05/2026

31124080A1

Live Oak PD

HARDEN,BRANDIE,L

SANCHEZ

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

# 1 0.249Subject Sample 00:53

1.433Breath Volume 00:53

Air Blank 00:54 Purge Fail

0.000Air Blank 00:55

Data Download Date/Time: 04/20/2025 13:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:2604/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:45

Suwannee County SO

STOFEL,WESLEY

12/05/2026

31124080A1

Suwannee County SO

HARDEN,BRANDIE,L

CHAULK

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:11

# 1 0.268Subject Sample 01:11

3.316Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.275Subject Sample 01:14

3.000Breath Volume 01:14

0.000Air Blank 01:15

0.076Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 04/20/2025 13:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:5504/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

02:57

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

PHELPS

03/26/2025

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:36

# 1Subject Sample 04:36 Subject Test Refused

0.000Breath Volume 04:36

0.000Air Blank 04:36

0.081Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 04/20/2025 13:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:3504/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:21

Columbia County SO

LORTON,CORNELIUS

03/05/2026

04924080A5

Columbia County SO

GOHDE,JAYME,L

CARDELL

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.078Control Test 04:21

0.000Air Blank 04:22

# 1 0.130Subject Sample 04:23

2.617Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.132Subject Sample 04:26

2.781Breath Volume 04:26

0.000Air Blank 04:26

0.077Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:1004/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:49

FHP Troop B

PITTMAN,BRETT

03/05/2026

04924080A5

FHP Troop B

PITTMAN,BRETT,T

JOHNSON

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

# 1 0.188Subject Sample 01:36

1.910Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.191Subject Sample 01:39

2.550Breath Volume 01:39

0.000Air Blank 01:40

0.078Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4904/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:20

Columbia County SO

LORTON,C

03/05/2026

04924080A5

Columbia County SO

GOHDE,JAYME,L

WRIGHT

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.079Control Test 02:03

Air Blank 02:03 RFI Detect

0.000Air Blank 02:03

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:5604/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:20

Columbia County SO

LORTON,C

03/05/2026

04924080A5

Columbia County SO

GOHDE,JAYME,L

WRIGHT

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

# 1 0.179Subject Sample 02:10

2.167Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.183Subject Sample 02:14

2.695Breath Volume 02:14

0.000Air Blank 02:15

0.075Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:42:1404/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:03

12:59

Lake City PD

EDOUARD,DONALD

03/05/2026

04924080A5

Lake City PD

FERRO,MARCEL,

MORALES PEREZ

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:36

0.000Air Blank 14:36

0.079Control Test 14:36

0.000Air Blank 14:37

# 1 0.230Subject Sample 14:37

2.718Breath Volume 14:37

0.000Air Blank 14:38

0.000Air Blank 14:40

# 2 0.225Subject Sample 14:40

2.140Breath Volume 14:40

0.000Air Blank 14:41

0.076Control Test 14:41

0.000Air Blank 14:42

OKDiagnostics Check 14:42

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5304/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

12:40

Columbia County SO

LORTON,CORNELIUS

03/05/2026

04924080A5

Columbia County SO

LORTON,CORNELIUS,Q

SIKES

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.078Control Test 01:22

0.000Air Blank 01:22

# 1Subject Sample 01:23 Subject Test Refused

0.000Breath Volume 01:23

0.000Air Blank 01:23

0.077Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:1804/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

05:09

Columbia County SO

LORTON,CORNELIUS

03/05/2026

04924080A5

Columbia County SO

LORTON,CORNELIUS,Q

FIELDING

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.078Control Test 05:44

0.000Air Blank 05:45

# 1 0.111Subject Sample 05:45

2.609Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.109Subject Sample 05:48

2.671Breath Volume 05:48

0.000Air Blank 05:49

0.078Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:5904/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

00:40

Lake City PD

GONZALEZ,J

03/05/2026

04924080A5

Lake City PD

PLEMMONS,L,M

BRYAN

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

# 1 0.000Subject Sample 01:45

1.886Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.000Subject Sample 01:48

2.113Breath Volume 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:3004/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:50

Columbia County SO

GOHDE,JAYME

03/05/2026

04924080A5

Columbia County SO

GOHDE,JAYME,L

FELDER

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.080Control Test 00:01

0.000Air Blank 00:01

# 1Subject Sample 00:02 Subject Test Refused

0.000Breath Volume 00:02

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4704/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:51

Lake City PD

VANZILE,M

03/05/2026

04924080A5

Lake City PD

PLEMMONS,L,M

FLINT

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:3604/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:15

Lake City PD

MACFADDEN,R

03/05/2026

04924080A5

FHP Troop B

PLEMMONS,L,M

ANDRADE SOTO

03/28/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

# 1 0.270Subject Sample 04:18

1.804Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.261Subject Sample 04:21

2.031Breath Volume 04:21

0.000Air Blank 04:21

0.078Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 05/05/2025 07:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:1204/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:57

FHP Troop B

PITTMAN,BRETT

12/05/2026

31124080A1

FHP Troop B

PITTMAN,BRETT,T

DALLAS

04/20/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.082Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:04 Subject Test Refused

0.296Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 05/26/2025 13:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0204/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:21

FHP Troop A

SMITH,J

01/17/2027

402946336

Panama City Beach PD

ALLEN,F,H

OLEK

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 03:27 Voltage/Current Test

0.000Air Blank 03:28

Data Download Date/Time: 05/12/2025 14:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0304/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:21

FHP Troop A

SMITH,J

01/17/2027

402946336

Panama City Beach PD

ALLEN,F,H

OLEK

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 03:29 Voltage/Current Test

0.000Air Blank 03:30

Data Download Date/Time: 05/12/2025 14:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:3504/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:21

FHP Troop A

SMITH,J

01/17/2027

402946336

Panama City Beach PD

ALLEN,F,H

OLEK

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.081Control Test 03:43

0.000Air Blank 03:43

# 1 0.087Subject Sample 03:44

1.410Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.080Subject Sample 03:47

2.261Breath Volume 03:47

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 05/12/2025 14:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:1804/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:34

FHP Troop A

SOLOMON,JR

06/27/2025

402477284

FHP Troop A

SOLOMON,JR,

MERRY

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.082Control Test 20:31

0.000Air Blank 20:32

# 1 0.127Subject Sample 20:32

3.230Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.116Subject Sample 20:35

1.406Breath Volume 20:35

0.000Air Blank 20:36

0.081Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 05/13/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:3904/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:25

FFWCC (Panama City)

BASFORD,NICOLE

05/28/2027

403056709

FFWCC (Panama City)

BASFORD,NICOLE,M

KOTULA

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:22

# 1Subject Sample 00:23 Subject Test Refused

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.080Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:1004/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:48

FHP Troop A

ALLEN,F

05/28/2027

403056709

FHP Troop A

ALLEN,F,H

PEREZ

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.080Control Test 04:33

0.000Air Blank 04:33

# 1 0.087Subject Sample 04:34

1.718Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:36

# 2 0.083Subject Sample 04:38

2.343Breath Volume 04:38

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:4604/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:36

FHP Troop A

BROWN,RYAN

05/28/2027

403056709

FHP Troop A

BROWN,RYAN,W

NELSON

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

# 1 0.183Subject Sample 23:42

2.894Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.166Subject Sample 23:45

2.421Breath Volume 23:45

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:1204/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:57

FHP Troop A

BROWN,RYAN

05/28/2027

403056709

FHP Troop A

BROWN,RYAN,W

JACKSON

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

Air Blank 02:51 RFI Detect

0.000Air Blank 02:52

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:1604/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:57

FHP Troop A

BROWN,RYAN

05/28/2027

403056709

FHP Troop A

BROWN,RYAN,W

JACKSON

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.081Control Test 02:55

0.000Air Blank 02:56

# 1Subject Sample 02:59 No Sample Provided

0.000Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2304/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:26

FHP Troop A

LITTLE,NICHOLAS

05/28/2027

403056709

FHP Troop A

LITTLE,NICHOLAS,M

MOORE

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

# 1 0.194Subject Sample 22:22

2.640Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:24

# 2 0.201Subject Sample 22:25

2.640Breath Volume 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:4904/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:31

Gulf Breeze PD

DAVIS,NATE

02/13/2028

403268835

Gulf Breeze PD

DAVIS,NATE,K

SISSON

03/15/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.080Control Test 02:01

0.000Air Blank 02:01

# 1 0.118Subject Sample 02:02

2.144Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.112Subject Sample 02:05

2.070Breath Volume 02:05

0.000Air Blank 02:05

0.080Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 04/27/2025 08:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:1204/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:18

Gulf Breeze PD

ALEXANDER,RICHARD

02/13/2028

403268835

Gulf Breeze PD

ALEXANDER,RICHARD,D

POTTER

03/15/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:55

# 1 0.161Subject Sample 22:55

2.046Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.158Subject Sample 22:58

2.332Breath Volume 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 04/27/2025 08:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2404/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:03

Gulf Breeze PD

BONNIN,BRICESON

02/13/2028

403268835

Gulf Breeze PD

DUALE,BRANDON,P

BRADEN

03/15/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:36

# 1 0.145Subject Sample 01:38

1.957Breath Volume 01:38

Air Blank 01:38 Purge Fail

0.000Air Blank 01:39

Data Download Date/Time: 04/27/2025 08:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:3804/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:03

Gulf Breeze PD

BONNIN,BRICESON

02/13/2028

403268835

Gulf Breeze PD

DUALE,BRANDON,P

BRADEN

03/15/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:41

# 1 0.135Subject Sample 01:42

1.132Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.143Subject Sample 01:45

1.929Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

Air Blank 01:47 RFI Detect

0.000Air Blank 01:47

Data Download Date/Time: 04/27/2025 08:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:18:1404/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:51

15:32

Largo PD

CASTRO,A

06/05/2026

10124080A3

Largo PD

QUICK,SHANE,C

DELLA SERA

03/10/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:11

0.000Air Blank 16:11

0.080Control Test 16:11

0.000Air Blank 16:12

# 1 0.021Subject Sample 16:13

1.453Breath Volume 16:13

0.000Air Blank 16:14

0.000Air Blank 16:16

# 2 0.023Subject Sample 16:16

1.570Breath Volume 16:16

0.000Air Blank 16:17

0.080Control Test 16:17

0.000Air Blank 16:18

OKDiagnostics Check 16:18

Data Download Date/Time: 04/17/2025 13:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:5704/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:41

Largo PD

UPCHURCH,JERRY

06/05/2026

10124080A3

Largo PD

UPCHURCH,JERRY,S

SMALL

03/10/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:24

# 1Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 04/17/2025 13:36

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2004/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:35

Largo PD

GOSIER,MATTHEW

06/05/2026

10124080A3

Largo PD

GOSIER,MATTHEW,D

MOORE

04/17/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1 0.136Subject Sample 02:22

1.386Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.134Subject Sample 02:25

1.816Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 05/26/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4704/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:22

Largo PD

GOSIER,MATTHEW

06/05/2026

10124080A3

Largo PD

GOSIER,MATTHEW,D

JONES

04/17/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

# 1Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 05/26/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:0304/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:43

Largo PD

GOSIER,MATTHEW

06/05/2026

10124080A3

Largo PD

GOSIER,MATTHEW,D

ZIV NOGA

04/17/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:21

# 1Subject Sample 03:25 No Sample Provided

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2Subject Sample 03:30 No Sample Provided

0.000Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:32

Data Download Date/Time: 05/26/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:0404/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:57

St. Lucie County SO

CULLEN,JONATHAN

06/05/2025

08223080A4

St. Lucie County SO

KICKLIGHTER,KEVIN,

VERTILUS

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.081Control Test 00:50

0.000Air Blank 00:51

# 1 0.326Subject Sample 00:51

3.937Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.319Subject Sample 00:54

4.023Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:56

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:0904/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:48

St. Lucie County SO

WORTH,DONOVAN

06/05/2025

08223080A4

Fort Pierce PD

BENNING,CHEYENNE,H

LOUIMA

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:55

# 1 0.180Subject Sample 00:56

1.261Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.185Subject Sample 00:59

2.152Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:3504/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:10

FHP Troop K

ALDAMA,JOSHUA

06/05/2025

08223080A4

Port St. Lucie PD

ROVIROSA,ARMANDO,R

DELGIUDICE

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.080Control Test 04:20

0.000Air Blank 04:20

# 1 0.170Subject Sample 04:21

3.203Breath Volume 04:21

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.174Subject Sample 04:23

3.144Breath Volume 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:5404/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:43

Fort Pierce PD

COLUMBUS,DYLAN

06/05/2025

08223080A4

Fort Pierce PD

MEMON,MATTHEW,M

AGUIRRE HERNANDEZ

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.081Control Test 21:19

0.000Air Blank 21:20

# 1 0.246Subject Sample 21:21

2.171Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:23

# 2 0.217Subject Sample 21:24

1.480Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:26

# 3 0.238Subject Sample 21:27

1.726Breath Volume 21:27

0.000Air Blank 21:27

0.079Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:56:4404/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

07:36

St. Lucie County SO

ETIENNE,EMMANUEL

06/05/2025

08223080A4

St. Lucie County SO

KICKLIGHTER,KEVIN,H

GEORGES

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:41

0.000Air Blank 08:41

0.080Control Test 08:42

0.000Air Blank 08:42

# 1 0.116Subject Sample 08:45

1.484Breath Volume 08:45

0.000Air Blank 08:46

0.000Air Blank 08:47

# 2 0.121Subject Sample 08:51 Volume Not Met

0.019Breath Volume 08:51

0.000Air Blank 08:51

0.000Air Blank 08:53

# 3 0.104Subject Sample 08:55

1.808Breath Volume 08:55

0.000Air Blank 08:55

0.078Control Test 08:56

0.000Air Blank 08:56

OKDiagnostics Check 08:56

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0604/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:24

St. Lucie County SO

FLORES,PEARL

06/05/2025

08223080A4

St. Lucie County SO

WAITES,DEJAS,A

JOYCE

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

# 1 0.000Subject Sample 03:25

4.097Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.000Subject Sample 03:28

3.679Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:0804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:10

St. Lucie County SO

KICKLIGHTER,KEVIN

06/05/2025

08223080A4

St. Lucie County SO

KICKLIGHTER,KEVIN,H

CRUSE

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:48

# 1 0.183Subject Sample 00:52 Volume Not Met

1.042Breath Volume 00:52

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.182Subject Sample 00:55

1.113Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 3 0.183Subject Sample 00:59

1.191Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5204/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:30

St. Lucie County SO

KICKLIGHTER,KEVIN

06/05/2025

08223080A4

St. Lucie County SO

KICKLIGHTER,KEVIN,H

DAWSON

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.081Control Test 02:08

0.000Air Blank 02:09

# 1 0.041Subject Sample 02:11

1.375Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.035Subject Sample 02:17 Volume Not Met

0.593Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 3 0.038Subject Sample 02:20

1.707Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2704/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:39

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

MAYER

03/12/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.081Control Test 01:23

0.000Air Blank 01:23

# 1 0.187Subject Sample 01:23

3.640Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.186Subject Sample 01:26

3.214Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 04/16/2025 13:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:16:2904/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

15:56

FHP Troop K

ROVIROSA,ARMANDO

06/05/2025

08223080A4

FHP Troop K

ROVIROSA,ARMANDO,R

MEADOW

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:15

0.000Air Blank 17:15

17:16 RFI Detect

0.000Air Blank 17:16

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:4904/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

15:56

FHP Troop K

ROVIROSA,ARMANDO

06/05/2025

08223080A4

FHP Troop K

ROVIROSA,ARMANDO,R

MEADOW

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:18

0.000Air Blank 17:18

0.081Control Test 17:19

0.000Air Blank 17:19

# 1Subject Sample 17:22 No Sample Provided

0.000Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2Subject Sample 17:25 Subject Test Refused

0.000Breath Volume 17:25

0.000Air Blank 17:25

0.080Control Test 17:26

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:2304/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:06

Fort Pierce PD

BROCATO,SHAWN

06/05/2025

08223080A4

Fort Pierce PD

BROCATO,SHAWN,V

ROSALES

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.081Control Test 00:40

0.000Air Blank 00:40

# 1 0.208Subject Sample 00:41

2.765Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.208Subject Sample 00:44

2.238Breath Volume 00:44

0.000Air Blank 00:45

0.075Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:04:5304/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:39

06:20

St. Lucie County SO

KICKLIGHTER,KEVIN

06/05/2025

08223080A4

St. Lucie County SO

KICKLIGHTER,KEVIN,H

PERILLA

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:03

0.000Air Blank 07:04

07:04 Sequence Aborted

0.000Air Blank 07:04

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:1304/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:30

FHP Troop L

BRADY,JASON

06/05/2025

08223080A4

FHP Troop L

BRADY,JASON,M

RUIZ

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

# 1 0.213Subject Sample 03:48

2.527Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.213Subject Sample 03:51

1.972Breath Volume 03:51

0.000Air Blank 03:52

0.078Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:2704/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:43

FHP Troop K

PIGG,JACOB

06/05/2025

08223080A4

FHP Troop K

PIGG,JACOB,M

HAYDEN

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.081Control Test 23:21

0.000Air Blank 23:21

# 1 0.233Subject Sample 23:22

2.347Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.237Subject Sample 23:25

1.500Breath Volume 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:5804/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:50

St. Lucie County SO

RODRIGUEZ,CHRISTOPHER

06/05/2025

08223080A4

St. Lucie County SO

RODRIGUEZ,CHRISTOPHER,J

MORGAN

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.081Control Test 23:55

0.000Air Blank 23:56

# 2 0.213Subject Sample 23:57

1.800Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.215Subject Sample 00:00

2.136Breath Volume 00:00

0.000Air Blank 00:01

0.076Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5704/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:19

St. Lucie County SO

ARTECHE,ROBERT

06/05/2025

08223080A4

St. Lucie County SO

KICKLIGHTER,KEVIN,H

MUIRHEAD

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:30

# 1 0.147Subject Sample 03:31

1.703Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.135Subject Sample 03:34

1.109Breath Volume 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:0904/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:07

FHP Troop A

LEWIS,TIMOTHY

12/02/2025

402607186

FHP Troop A

LEWIS,TIMOTHY,B

LITVIN

03/21/2025

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:09

0.000Air Blank 18:10

0.080Control Test 18:10

0.000Air Blank 18:11

# 1 0.162Subject Sample 18:11

2.539Breath Volume 18:11

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.164Subject Sample 18:14

2.187Breath Volume 18:14

0.000Air Blank 18:15

0.081Control Test 18:15

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 05/03/2025 20:24

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:5004/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:54

Hernando County SO

FERRO,T

10/05/2026

23324080A2

Hernando County SO

MACCHIONE,VINCENT,S

COLLIER

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.083Control Test 01:01

0.000Air Blank 01:01

# 1 0.162Subject Sample 01:04 Volume Not Met

0.820Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.180Subject Sample 01:08

1.449Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 3 0.174Subject Sample 01:11

2.105Breath Volume 01:11

0.000Air Blank 01:11

0.080Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:0404/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:28

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

NEYMEIYER

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.082Control Test 04:19

0.000Air Blank 04:19

# 1 0.112Subject Sample 04:20

1.925Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.113Subject Sample 04:23

2.800Breath Volume 04:23

0.000Air Blank 04:24

0.082Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:25

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:44:5304/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

14:54

Hernando County SO

WEEKS,JOHNATHAN

10/05/2026

23324080A2

Hernando County SO

WEEKS,JOHNATHAN,M

NICOTRA

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:35

0.000Air Blank 17:36

0.084Control Test 17:36

0.000Air Blank 17:37

# 1 0.000Subject Sample 17:38

2.964Breath Volume 17:38

0.000Air Blank 17:39

0.000Air Blank 17:41

# 2 0.000Subject Sample 17:43

1.781Breath Volume 17:43

0.000Air Blank 17:43

0.083Control Test 17:44

0.000Air Blank 17:44

OKDiagnostics Check 17:44

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:4304/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:08

17:00

Hernando County SO

PROUTY,E

10/05/2026

23324080A2

FFWCC (Lakeland)

WEEKS,JOHNATHAN,M

CRAWFORD

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:29

0.082Control Test 18:29

0.000Air Blank 18:30

# 1 0.134Subject Sample 18:30

4.500Breath Volume 18:30

0.000Air Blank 18:31

0.000Air Blank 18:33

# 2 0.137Subject Sample 18:34

4.789Breath Volume 18:34

0.000Air Blank 18:34

0.081Control Test 18:35

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:2304/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:59

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

JOHNSTON,STACY,M

GUBANKS

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.081Control Test 22:55

0.000Air Blank 22:56

# 1 0.142Subject Sample 22:58

2.417Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.150Subject Sample 23:01

3.886Breath Volume 23:01

0.000Air Blank 23:02

0.082Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:3004/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:21

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

BRANNEN

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.083Control Test 01:01

0.000Air Blank 01:02

# 1 0.160Subject Sample 01:02

1.480Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.159Subject Sample 01:05

2.031Breath Volume 01:05

0.000Air Blank 01:06

0.082Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5704/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:41

FHP Troop C

BERLYNE,R

10/05/2026

23324080A2

FHP Troop C

BERLYNE,R,D

NYLAND

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.082Control Test 01:40

0.000Air Blank 01:41

# 1 0.165Subject Sample 01:44 Volume Not Met

0.117Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.179Subject Sample 01:48

1.718Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 3 0.162Subject Sample 01:52

1.886Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:4204/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:07

Hernando County SO

DAVILA,A

10/05/2026

23324080A2

Hernando County SO

WEST,CHRISTOPHER,S

JOHNSTON

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.083Control Test 00:41

0.000Air Blank 00:42

# 1 0.000Subject Sample 00:43

1.273Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.000Subject Sample 00:46

2.214Breath Volume 00:46

0.000Air Blank 00:46

0.082Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:1504/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:13

Hernando County SO

BELMONTE,S

10/05/2026

23324080A2

Hernando County SO

TREMBLAY,F,

SPIVEY

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.083Control Test 04:31

0.000Air Blank 04:32

# 1 0.128Subject Sample 04:35

1.878Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.130Subject Sample 04:38

1.191Breath Volume 04:38

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:1804/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

11:32

FHP Troop C

ANAYA,JOHN

10/05/2026

23324080A2

FHP Troop C

MUILENBURG,SKYLER,J

MUILENBURG

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.083Control Test 23:42

0.000Air Blank 23:42

# 1 0.067Subject Sample 23:43

4.027Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:45

# 2 0.064Subject Sample 23:46

4.503Breath Volume 23:46

Air Blank 23:46 RFI Detect

0.000Air Blank 23:47

Data Download Date/Time: 04/29/2025 00:51

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:4304/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:38

Marion County SO

YOUNG,ROBERT

03/28/2027

403008479

Marion County SO

YOUNG,ROBERT,A

VARNEY

03/20/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:47

# 1 0.249Subject Sample 22:48

1.367Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2Subject Sample 22:51 RFI Detect

0.000Breath Volume 22:51

0.000Air Blank 22:51

0.080Control Test 22:52

Air Blank 22:52 RFI Detect

0.000Air Blank 22:52

Data Download Date/Time: 04/23/2025 15:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:2304/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:38

Marion County SO

YOUNG,ROBERT

03/28/2027

403008479

Marion County SO

YOUNG,ROBERT,A

VARNEY

03/20/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:55

# 1 0.254Subject Sample 22:56

1.136Breath Volume 22:56

Air Blank 22:56 RFI Detect

Air Blank 22:56 RFI Detect

0.000Air Blank 22:57

Data Download Date/Time: 04/23/2025 15:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:3004/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:25

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

JACKSON

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:13

# 1 0.139Subject Sample 02:14

1.539Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.140Subject Sample 02:17

1.640Breath Volume 02:17

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:3904/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

16:26

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

POWELL

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.079Control Test 19:55

0.000Air Blank 19:56

# 1 0.000Subject Sample 19:56

2.703Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.000Subject Sample 20:00

2.218Breath Volume 20:00

0.000Air Blank 20:00

0.079Control Test 20:01

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:47:3604/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

15:35

FHP Troop C

KIBBEY,BRADLEY

10/05/2026

23324080A2

FHP Troop C

ROZELL,BENJAMIN,

BUSSIERE

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:40

0.000Air Blank 16:41

0.079Control Test 16:41

0.000Air Blank 16:41

# 1 0.264Subject Sample 16:42

1.695Breath Volume 16:42

0.000Air Blank 16:43

0.000Air Blank 16:45

# 2 0.266Subject Sample 16:45

1.710Breath Volume 16:45

0.000Air Blank 16:46

0.078Control Test 16:46

0.000Air Blank 16:47

OKDiagnostics Check 16:47

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:1104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

17:46

Hernando County SO

TREMBLAY,F

10/05/2026

23324080A2

Hernando County SO

TREMBLAY,F,

ROSE

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:42

0.080Control Test 18:42

0.000Air Blank 18:43

# 1 0.000Subject Sample 18:43

2.695Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.000Subject Sample 18:46

2.199Breath Volume 18:46

0.000Air Blank 18:47

0.079Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1604/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:29

Hernando County SO

FERRO,T

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

CARPIO

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

# 1 0.140Subject Sample 03:24

2.402Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.131Subject Sample 03:27

1.562Breath Volume 03:27

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:5804/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:48

Hernando County SO

FERRO,T

10/05/2026

23324080A2

Hernando County SO

MACCHIONE,VINCENT,S

MERZAH

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

# 1 0.135Subject Sample 00:48

2.957Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.111Subject Sample 00:51

2.171Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 3 0.125Subject Sample 00:56

1.324Breath Volume 00:56

0.000Air Blank 00:57

0.079Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4204/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:55

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

HALL

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.079Control Test 04:04

0.000Air Blank 04:04

# 1 0.119Subject Sample 04:06

1.515Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.122Subject Sample 04:09

1.679Breath Volume 04:09

0.000Air Blank 04:09

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:21:3804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:58

14:19

Hernando County SO

FLAHERTY,M

10/05/2026

23324080A2

Hernando County SO

LABRAKE,DEREK,D

WILSON

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:18

0.000Air Blank 15:19

0.080Control Test 15:19

0.000Air Blank 15:19

# 1Subject Sample 15:20 Subject Test Refused

0.000Breath Volume 15:20

0.000Air Blank 15:20

0.080Control Test 15:21

0.000Air Blank 15:21

OKDiagnostics Check 15:21

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:4404/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:43

17:02

FHP Troop C

ROZZELL,BENJAMIN

10/05/2026

23324080A2

FHP Troop C

ROZZELL,BENJAMIN,

EBERHARD

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:03

0.000Air Blank 18:04

0.080Control Test 18:04

0.000Air Blank 18:04

# 1 0.383Subject Sample 18:05

1.675Breath Volume 18:05

0.000Air Blank 18:06

0.000Air Blank 18:07

# 2 0.373Subject Sample 18:08

1.773Breath Volume 18:08

0.000Air Blank 18:09

0.079Control Test 18:10

0.000Air Blank 18:10

OKDiagnostics Check 18:10

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5804/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:35

FHP Troop C

RAMOS,DAVID

10/05/2026

23324080A2

FHP Troop C

RAMOS,DAVID,M

MARTINEZ

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

# 1 0.105Subject Sample 02:22

1.429Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.110Subject Sample 02:26

1.386Breath Volume 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:4004/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:00

Hernando County SO

LEOTA,J

10/05/2026

23324080A2

Hernando County SO

CHOJNOWSKY,IWONA,

KURTHAUSEN

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.079Control Test 20:59

0.000Air Blank 21:00

# 1 0.194Subject Sample 21:01

1.164Breath Volume 21:01

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.181Subject Sample 21:04

1.140Breath Volume 21:04

0.000Air Blank 21:04

0.070Control Test 21:05 Control Outside Tolerance

0.000Air Blank 21:05

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:4604/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:11

Hernando County SO

LEOTA,J

10/05/2026

23324080A2

Hernando County SO

CHOJNOWSKY,I,

KURTHAUSEN

03/31/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.078Control Test 21:27

0.000Air Blank 21:28

# 1 0.149Subject Sample 21:31 Volume Not Met

0.164Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:33

# 2 0.159Subject Sample 21:35

1.589Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:37

# 3 0.159Subject Sample 21:41 Volume Not Met

0.546Breath Volume 21:41

0.000Air Blank 21:41

0.077Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 04/29/2025 05:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0404/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:50

Sumter County SO

VACHON,R

06/05/2026

231603

Sumter County SO

RENNICK,SARAH,A

CUFF

03/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.077Control Test 00:04

0.000Air Blank 00:05

# 1Subject Sample 00:05 Subject Test Refused

0.000Breath Volume 00:05

0.000Air Blank 00:06

0.077Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:07

Data Download Date/Time: 04/30/2025 11:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:2004/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:01

18:11

Sumter County SO

MOORE,REBECCA

06/05/2026

231603

Sumter County SO

MOORE,REBECCA,G

MELENDEZ

03/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.078Control Test 19:22

0.000Air Blank 19:23

# 1 0.166Subject Sample 19:23

1.558Breath Volume 19:23

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.154Subject Sample 19:26

1.957Breath Volume 19:26

0.000Air Blank 19:27

0.079Control Test 19:27

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 04/30/2025 11:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:3904/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:43

Sumter County SO

GESTRO,FRANCO

06/05/2026

231603

Sumter County SO

WILSON,ABIGAIL,M

DUPAS

03/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.078Control Test 23:51

0.000Air Blank 23:52

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:53

0.078Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 04/30/2025 11:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:0604/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:20

FHP Troop C

VAUGHN,CURTIS

06/05/2026

231603

FHP Troop C

VAUGHN,CURTIS,L

HERR

03/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:21

# 1 0.122Subject Sample 05:22

3.671Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:25

# 2 0.120Subject Sample 05:25

3.812Breath Volume 05:25

0.000Air Blank 05:26

0.078Control Test 05:26

0.000Air Blank 05:27

OKDiagnostics Check 05:27

Data Download Date/Time: 04/30/2025 11:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:0804/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:24

18:30

Sumter County SO

GLAYZER,ADAM

06/05/2026

231603

Sumter County SO

WILSON,ABIGAIL,M

DEMO

03/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:44

0.000Air Blank 19:45

0.079Control Test 19:45

0.000Air Blank 19:46

# 1 0.143Subject Sample 19:46

2.335Breath Volume 19:46

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.140Subject Sample 19:49

2.351Breath Volume 19:49

0.000Air Blank 19:50

0.077Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 04/30/2025 11:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:2704/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:09

Sumter County SO

MALESKE,RACHEL

06/05/2026

231603

Sumter County SO

WILSON,ABIGAIL,M

GREEN

03/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

# 1 0.000Subject Sample 23:29

2.042Breath Volume 23:29

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.000Subject Sample 23:32

2.003Breath Volume 23:32

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 04/30/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:3904/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:51

FHP Troop C

RAMOS,D

06/05/2026

231603

FHP Troop C

WILSON,ABIGAIL,M

BRADLEY

03/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.078Control Test 22:32

0.000Air Blank 22:33

# 1Subject Sample 22:33 Subject Test Refused

0.000Breath Volume 22:33

0.000Air Blank 22:33

0.079Control Test 22:34

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 04/30/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:32:4204/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

11:55

Sumter County SO

MOORE,REBECCA

06/05/2026

231603

Sumter County SO

MOORE,REBECCA,G

DRAKE

03/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:21

0.000Air Blank 13:21

0.079Control Test 13:22

0.000Air Blank 13:22

# 1Subject Sample 13:25 No Sample Provided

0.000Breath Volume 13:25

0.000Air Blank 13:26

0.000Air Blank 13:28

# 2Subject Sample 13:31 No Sample Provided

0.000Breath Volume 13:31

0.000Air Blank 13:31

0.079Control Test 13:32

0.000Air Blank 13:32

OKDiagnostics Check 13:32

Data Download Date/Time: 04/30/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:1404/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:53

CCA Citrus

ROSADO,A

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

COOK

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:43

# 1 0.151Subject Sample 01:45

2.183Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.144Subject Sample 01:48

1.933Breath Volume 01:48

0.000Air Blank 01:49

0.081Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:0604/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

18:57

CCA Citrus

GARRISON,T

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

MCCARTHY

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:40

0.081Control Test 19:40

0.000Air Blank 19:40

# 1 0.185Subject Sample 19:41

1.785Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.178Subject Sample 19:44

1.648Breath Volume 19:44

0.000Air Blank 19:45

0.080Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:3604/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:17

CCA Citrus

FERRER,F

10/05/2026

232492

Citrus County SO

BROWN,JEFFERY,P

MALIES

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.081Control Test 23:05

0.000Air Blank 23:06

# 1 0.253Subject Sample 23:07

1.718Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:09

# 2 0.262Subject Sample 23:10

1.265Breath Volume 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:5404/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

22:46

CCA Citrus

REDWAN,A

10/05/2026

232492

FHP Troop C

BOEHM,ADAM,J

HANSEN

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.081Control Test 00:30

0.000Air Blank 00:30

# 1Subject Sample 00:33 No Sample Provided

0.000Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.076Subject Sample 00:39

1.140Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 3 0.080Subject Sample 00:43

2.605Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:54:3204/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:04

13:04

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

BRYER

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:48

0.000Air Blank 13:49

0.081Control Test 13:49

0.000Air Blank 13:49

# 1 0.000Subject Sample 13:50

1.152Breath Volume 13:50

0.000Air Blank 13:50

0.000Air Blank 13:52

# 2 0.000Subject Sample 13:53

3.449Breath Volume 13:53

0.000Air Blank 13:53

0.081Control Test 13:53

0.000Air Blank 13:54

OKDiagnostics Check 13:54

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:4104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:28

CCA Citrus

GARRISON,T

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

STARIA

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:21

0.081Control Test 21:21

0.000Air Blank 21:21

# 1 0.149Subject Sample 21:23

1.230Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.157Subject Sample 21:26

1.542Breath Volume 21:26

0.000Air Blank 21:27

0.080Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:44:4404/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:11

08:50

Citrus County SO

WALKER,JACE

10/05/2026

232492

Citrus County SO

TAYLOR,TROY,E

HAROS

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:34

0.000Air Blank 11:34

0.081Control Test 11:35

0.000Air Blank 11:35

# 1 0.000Subject Sample 11:38 Volume Not Met

0.359Breath Volume 11:38

0.000Air Blank 11:39

0.000Air Blank 11:41

# 2Subject Sample 11:43 RFI Detect

0.000Breath Volume 11:43

0.000Air Blank 11:43

0.081Control Test 11:44

0.000Air Blank 11:44

OKDiagnostics Check 11:44

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:19:0704/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:32

18:32

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

CANNON

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.081Control Test 19:17

0.000Air Blank 19:17

# 1Subject Sample 19:17 Subject Test Refused

0.000Breath Volume 19:17

0.000Air Blank 19:18

0.081Control Test 19:18

0.000Air Blank 19:19

OKDiagnostics Check 19:19

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:0304/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:51

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

REYES

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

Air Blank 02:33 RFI Detect

Air Blank 02:34 RFI Detect

Data Download Date/Time: 04/27/2025 15:37

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0304/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:51

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

REYES

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:39

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1404/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:31

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

BAKER

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.082Control Test 03:03

0.000Air Blank 03:03

# 1Subject Sample 03:03 Subject Test Refused

0.000Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:3604/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:21

16:21

Citrus County SO

DAVIS,JIM

10/05/2026

232492

Citrus County SO

HOWARD,RUSSELL,E

TEDESCO

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:27

Air Blank 17:27 RFI Detect

Air Blank 17:27 RFI Detect

Data Download Date/Time: 04/27/2025 15:37

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:36:3104/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:21

16:21

Citrus County SO

DAVIS,JIM

10/05/2026

232492

Citrus County SO

HOWARD,RUSSELL,E

TEDESCO

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:29

0.000Air Blank 17:30

0.081Control Test 17:30

0.000Air Blank 17:31

# 1 0.134Subject Sample 17:31

3.652Breath Volume 17:31

0.000Air Blank 17:32

0.000Air Blank 17:34

# 2 0.120Subject Sample 17:34

2.863Breath Volume 17:34

0.000Air Blank 17:35

0.079Control Test 17:35

0.000Air Blank 17:36

OKDiagnostics Check 17:36

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:3604/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:18

FHP Troop C

GITTO,JUSTIN

10/05/2026

232492

FHP Troop C

GITTO,JUSTIN,J

PITT

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.081Control Test 21:52

0.000Air Blank 21:53

# 1 0.157Subject Sample 21:53

1.988Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.161Subject Sample 21:56

2.160Breath Volume 21:56

0.000Air Blank 21:57

0.081Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:0404/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:20

CCA Citrus

DAVIS,J

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

ZACH

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.081Control Test 22:13

0.000Air Blank 22:14

# 1Subject Sample 22:14 Subject Test Refused

0.000Breath Volume 22:14

0.000Air Blank 22:15

0.081Control Test 22:15

0.000Air Blank 22:15

OKDiagnostics Check 22:16

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:1204/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:20

CCA Citrus

GARRISON,T

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

GARCIA MOLINA

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1 0.107Subject Sample 02:23

2.007Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.108Subject Sample 02:26

1.945Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:3504/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:19

CCA Citrus

GARRISON,T

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

KELLY

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:57

# 1Subject Sample 21:58 Subject Test Refused

0.000Breath Volume 21:58

0.000Air Blank 21:58

0.081Control Test 21:58

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:0804/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

22:00

FHP Troop C

BERLYNE,R

10/05/2026

232492

FHP Troop C

BERLYNE,R,D

LEE

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.081Control Test 22:38

0.000Air Blank 22:39

# 1 0.174Subject Sample 22:39

1.691Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.166Subject Sample 22:43

1.300Breath Volume 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:2404/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

19:20

CCA Citrus

GARRISON,T

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

NAPOLITANO

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.081Control Test 20:06

0.000Air Blank 20:06

# 1Subject Sample 20:07 Subject Test Refused

0.000Breath Volume 20:07

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 04/27/2025 15:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:3804/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:54

CCA Citrus

TWITTY,J

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

MILLER

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:03

0.081Control Test 19:03

0.000Air Blank 19:04

# 1 0.165Subject Sample 19:05

1.648Breath Volume 19:05

0.000Air Blank 19:05

0.000Air Blank 19:07

# 2 0.166Subject Sample 19:10

1.554Breath Volume 19:10

0.000Air Blank 19:10

0.081Control Test 19:11

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 04/27/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:5204/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:21

CCA Citrus

BURGER,D

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

KRAUSE

03/31/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.081Control Test 23:01

0.000Air Blank 23:02

# 1Subject Sample 23:02 Subject Test Refused

0.000Breath Volume 23:02

0.000Air Blank 23:02

0.081Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 04/27/2025 15:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:37:2604/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:35

15:16

CCA Citrus

DAVIS,J

10/05/2026

232492

Citrus County SO

BURKE,BRITTANY,A

SCHMANKO

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 16:27

0.000Air Blank 16:27

0.081Control Test 16:28

0.000Air Blank 16:28

# 1 0.250Subject Sample 16:31

1.453Breath Volume 16:31

0.000Air Blank 16:32

0.000Air Blank 16:33

# 2 0.235Subject Sample 16:36

1.152Breath Volume 16:36

Air Blank 16:36 Purge Fail

0.000Air Blank 16:37

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1604/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:45

CCA Citrus

GARRISON,T

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

SHRIVER

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

# 1Subject Sample 03:24 Subject Test Refused

0.000Breath Volume 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:0304/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:49

16:38

Lady Lake PD

ECKERDT,ANDRU

01/25/2026

32324080A2

Lady Lake PD

ECKERDT,ANDRU,J

SAINEZ DE LA ROSA

03/20/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:14

0.000Air Blank 17:14

0.080Control Test 17:15

0.000Air Blank 17:15

# 1Subject Sample 17:15 Subject Test Refused

0.000Breath Volume 17:15

0.000Air Blank 17:16

0.080Control Test 17:16

0.000Air Blank 17:16

OKDiagnostics Check 17:17

Data Download Date/Time: 04/28/2025 10:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:1104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:27

Leesburg PD

JOHNSON,STEVEN

01/25/2026

32324080A2

Leesburg PD

BLUM,SAVANNAH,K

SCOTT

03/20/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:16

# 1Subject Sample 00:19 No Sample Provided

0.000Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 04/28/2025 10:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0904/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:46

Leesburg PD

NELSON,GARRETT

01/25/2026

32324080A2

Leesburg PD

CROWE,SCOTT,M

OLLILA

03/20/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 04/28/2025 10:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1104/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:12

Leesburg PD

PASCUAL,DYLIN

01/25/2026

32324080A2

Leesburg PD

CROWE,SCOTT,M

FELTON

03/20/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.081Control Test 22:03

0.000Air Blank 22:03

# 1Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 04/28/2025 10:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:1204/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:27

Leesburg PD

KNOWLES,RAYMOND

01/25/2026

32324080A2

Leesburg PD

LARGE,MIRANDA,H

CAMACHO MENDEZ

03/20/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.080Control Test 22:20

0.000Air Blank 22:21

# 1 0.210Subject Sample 22:21

1.140Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.210Subject Sample 22:24

2.253Breath Volume 22:24

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 04/28/2025 10:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:1604/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

03:46

Leesburg PD

LARGE,MIRANDA

01/25/2026

32324080A2

Leesburg PD

LARGE,MIRANDA,H

ROLLE

03/20/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.080Control Test 05:22

0.000Air Blank 05:22

# 1 0.026Subject Sample 05:23

3.144Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.025Subject Sample 05:26

3.203Breath Volume 05:26

0.000Air Blank 05:27

0.079Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 04/28/2025 10:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:3404/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:55

Leesburg PD

BURNS,JEFF

01/25/2026

32324080A2

Lady Lake PD

DOLCHARRAN,DILON,C

MCMANUELS

03/20/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 04/28/2025 10:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:3404/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:47

Fruitland Park PD

MEYER,PHILIP

11/05/2025

28423080A4

Fruitland Park PD

MEYER,PHILIP,J

MCCLENNON

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:26

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 04/16/2025 09:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:1804/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:53

Astatula PD

SEVERANCE,I

11/05/2025

28423080A4

Howey-In-The-Hills

TISDELL,M,S

TONEY

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:57

0.080Control Test 19:58

0.000Air Blank 19:58

# 1 0.268Subject Sample 19:59

1.597Breath Volume 19:59

0.000Air Blank 20:00

0.000Air Blank 20:02

# 2 0.259Subject Sample 20:02

1.195Breath Volume 20:02

0.000Air Blank 20:03

0.079Control Test 20:03

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 04/16/2025 09:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:4604/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:50

Eustis PD

SAVAGE,COLE

11/05/2025

28423080A4

Lake County SO

RAPP,ERIC,G

BOURGEOIS

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 04/16/2025 09:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:3204/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:48

Eustis PD

HANSROTH,JON

11/05/2025

28423080A4

Lake County SO

RAPP,ERIC,G

JONES

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1 0.161Subject Sample 02:49

4.324Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.156Subject Sample 02:52

3.132Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 04/16/2025 09:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:5104/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:20

FHP Troop D

WORFEL,KYLE

11/05/2025

28423080A4

FHP Troop D

WORFEL,KYLE,A

H360312614250

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.080Control Test 19:59

Air Blank 19:59 RFI Detect

0.000Air Blank 19:59

Data Download Date/Time: 04/16/2025 09:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:0804/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:20

FHP Troop D

WORFEL,KYLE

11/05/2025

28423080A4

FHP Troop D

WORFEL,KYLE,A

HEIDER

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.080Control Test 20:02

0.000Air Blank 20:03

# 1 0.190Subject Sample 20:03

2.609Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2 0.184Subject Sample 20:06

1.804Breath Volume 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 04/16/2025 09:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4204/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:25

Lake County SO

NELSON,J

11/05/2025

28423080A4

Lake County SO

BROWNSBERGER,B,T

BERTOT

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

# 1 0.150Subject Sample 03:26

1.664Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.156Subject Sample 03:30

2.269Breath Volume 03:30

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 04/16/2025 09:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:0204/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:21

Mascotte PD

SOTO,A

11/05/2025

28423080A4

Mascotte PD

SOTO,A,

MOHABIR

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:35

0.079Control Test 21:35

0.000Air Blank 21:36

# 1 0.166Subject Sample 21:36

1.867Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.173Subject Sample 21:39

1.910Breath Volume 21:39

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:41

Data Download Date/Time: 04/16/2025 09:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5304/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:23

Fruitland Park PD

RICHETTI,KALEIGH

11/05/2025

28423080A4

Fruitland Park PD

RICHETTI,KALEIGH,W

KRACHT

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

# 1 0.000Subject Sample 03:25

3.937Breath Volume 03:25

Air Blank 03:25 RFI Detect

0.000Air Blank 03:25

0.082Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3504/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:23

Fruitland Park PD

RICHETTI,KALEIGH

11/05/2025

28423080A4

Fruitland Park PD

RICHETTI,KALEIGH,W

KRACHT

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:29

# 1 0.000Subject Sample 03:30

1.855Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.000Subject Sample 03:33

1.335Breath Volume 03:33

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5004/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:01

Leesburg PD

BURNS,JEFF

11/05/2025

28423080A4

Lady Lake PD

DOLCHARRAN,DILON,C

SNAY

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.079Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:1504/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:54

Eustis PD

GARCIA,KEVIN

11/05/2025

28423080A4

Mount Dora PD

BURTZLAFF,SYDNEE,M

RODRIGUEZ

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

# 1 0.000Subject Sample 04:37

1.589Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.000Subject Sample 04:40

1.390Breath Volume 04:40

0.000Air Blank 04:41

0.081Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:39:3404/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:31

Fruitland Park PD

LEONARD,PRESTON

11/05/2025

28423080A4

Lake County SO

WILLIAMS,AUSTIN,T

WERNER

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:32

0.000Air Blank 15:33

0.081Control Test 15:33

0.000Air Blank 15:33

# 1 0.374Subject Sample 15:34

2.660Breath Volume 15:34

0.000Air Blank 15:35

0.000Air Blank 15:37

# 2 0.393Subject Sample 15:37

3.593Breath Volume 15:37

0.000Air Blank 15:38

0.081Control Test 15:38

0.000Air Blank 15:39

OKDiagnostics Check 15:39

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:5904/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:49

Mascotte PD

SOTO,A

11/05/2025

28423080A4

Mascotte PD

SOTO,A,

BENTANCOR CEDENO

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:29

0.081Control Test 20:29

0.000Air Blank 20:30

# 1 0.225Subject Sample 20:31

1.929Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 2 0.231Subject Sample 20:34

1.484Breath Volume 20:34

0.000Air Blank 20:35

0.079Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:25

Eustis PD

ALLEN-SWEET,BREANNA

11/05/2025

28423080A4

Fruitland Park PD

RAPP,ERIC,G

PATTEN

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

# 1 0.114Subject Sample 03:30

1.382Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.106Subject Sample 03:33

1.898Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3104/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:38

FHP Troop D

MCKENZIE,WILLIAM

11/05/2025

28423080A4

FHP Troop D

MCKENZIE,WILLIAM,S

WHITE

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.080Control Test 04:06

0.000Air Blank 04:06

# 1 0.144Subject Sample 04:07

3.011Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.149Subject Sample 04:09

3.167Breath Volume 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:3304/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

03:48

Eustis PD

RODRIGUEZ,YEROMME

11/05/2025

28423080A4

Groveland PD

RAPP,ERIC,G

WALTERS

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.080Control Test 05:04

0.000Air Blank 05:05

# 1Subject Sample 05:08 No Sample Provided

0.000Breath Volume 05:08

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2 0.159Subject Sample 05:11

1.210Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:14

# 3 0.174Subject Sample 05:15

2.320Breath Volume 05:15

0.000Air Blank 05:16

0.082Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:1804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:09

FHP Troop D

NORRIS,H

11/05/2025

28423080A4

FHP Troop D

MCKENZIE,WILLIAM,S

CAMPOS

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.079Control Test 05:41

0.000Air Blank 05:42

# 1 0.000Subject Sample 05:42

4.515Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:45

# 2 0.000Subject Sample 05:45

4.472Breath Volume 05:45

0.000Air Blank 05:46

0.080Control Test 05:46

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:4204/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

22:04

Astatula PD

DIXON,D

11/05/2025

28423080A4

Tavares PD

TISDELL,M,S

SLATTERY

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1 0.202Subject Sample 22:30

1.484Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:32

# 2 0.169Subject Sample 22:36 Volume Not Met

0.906Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 3 0.196Subject Sample 22:39

1.785Breath Volume 22:39

0.000Air Blank 22:39

0.078Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:22:1804/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:55

11:25

Eustis PD

CAPRAUN,ERICK

11/05/2025

28423080A4

Astatula PD

PARKER,STEPHEN,V

DURDEN

03/05/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:15

0.000Air Blank 12:16

0.079Control Test 12:16

0.000Air Blank 12:16

# 1 0.142Subject Sample 12:17

4.031Breath Volume 12:17

0.000Air Blank 12:18

0.000Air Blank 12:20

# 2 0.140Subject Sample 12:20

2.765Breath Volume 12:20

0.000Air Blank 12:21

0.079Control Test 12:21

0.000Air Blank 12:22

OKDiagnostics Check 12:22

Data Download Date/Time: 04/16/2025 09:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:3204/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:25

Lake County SO

DOUGLAS,A

11/05/2025

28423080A4

Lake County SO

BROWNSBERGER,B,T

ANGULO VALLE

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

Air Blank 19:51 RFI Detect

0.000Air Blank 19:51

Data Download Date/Time: 05/28/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:0404/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:25

Lake County SO

DOUGLAS,A

11/05/2025

28423080A4

Lake County SO

BROWNSBERGER,B,T

ANGULO VALLE

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:55

# 1 0.115Subject Sample 19:56

3.347Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:58

# 2 0.116Subject Sample 19:59

3.437Breath Volume 19:59

0.000Air Blank 20:00

0.079Control Test 20:00

0.000Air Blank 20:00

OKDiagnostics Check 20:01

Data Download Date/Time: 05/28/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:2604/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:39

Lady Lake PD

ECKERDT,ANDRU

11/05/2025

28423080A4

Lady Lake PD

ECKERDT,ANDRU,J

SERNA

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:31

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 05/28/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:2704/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:54

Eustis PD

POSTMA,MARTIN

11/05/2025

28423080A4

Tavares PD

KRONDAHL,CARL,J

MCGOVERN

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:20

0.079Control Test 20:20

0.000Air Blank 20:20

# 1 0.117Subject Sample 20:21

1.507Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2 0.108Subject Sample 20:24

1.812Breath Volume 20:24

0.000Air Blank 20:25

0.078Control Test 20:25

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 05/28/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5604/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:50

Eustis PD

NORFLEET,LARRY

11/05/2025

28423080A4

Mount Dora PD

KRONDAHL,CARL,J

PIERSON

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

# 1 0.153Subject Sample 01:49

1.328Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:51

# 2 0.152Subject Sample 01:53

2.015Breath Volume 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 05/28/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:4304/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:45

Leesburg PD

GARCIA JR,KEVIN

11/05/2025

28423080A4

Mount Dora PD

DOLCHARRAN,DILON,C

PELACIOS

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.079Control Test 22:45

0.000Air Blank 22:45

# 1 0.174Subject Sample 22:46

3.261Breath Volume 22:46

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.173Subject Sample 22:49

3.265Breath Volume 22:49

0.000Air Blank 22:49

0.079Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:5004/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:31

Fruitland Park PD

RICHETTI,KALEIGH

11/05/2025

28423080A4

Fruitland Park PD

RICHETTI,KALEIGH,W

GONZALEZ

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:5604/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:49

Fruitland Park PD

BURNS,JEFF

11/05/2025

28423080A4

Lady Lake PD

RICHETTI,KALEIGH,W

JOHNSON

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

# 1 0.182Subject Sample 04:37

1.335Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.192Subject Sample 04:43

1.410Breath Volume 04:43

0.000Air Blank 04:43

0.080Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:4604/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:42

Fruitland Park PD

BABIN,BRIER

11/05/2025

28423080A4

Lake County SO

RICHETTI,KALEIGH,W

LUNA

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.078Control Test 05:17

0.000Air Blank 05:17

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:18

0.078Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:1304/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:42

Fruitland Park PD

BABIN,BRIER

11/05/2025

28423080A4

Lake County SO

RICHETTI,KALEIGH,W

LUNA

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.079Control Test 05:27

0.000Air Blank 05:28

# 1 0.121Subject Sample 05:29

1.703Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.115Subject Sample 05:32

3.406Breath Volume 05:32

0.000Air Blank 05:33

0.076Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:2304/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:37

Lady Lake PD

ONEAL,RYAN

11/05/2025

28423080A4

Lady Lake PD

ECKERDT,ANDRU,J

DELO

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:39

# 1 0.104Subject Sample 21:40

1.171Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.101Subject Sample 21:43

1.808Breath Volume 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:5904/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:24

Panama City Beach PD

DAVIS,LEANDRA

03/25/2027

403005538

Panama City Beach PD

DAVIS,LEANDRA,R

MAYS

03/28/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

# 1 0.175Subject Sample 21:59

1.468Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:02

# 2 0.162Subject Sample 22:02

1.468Breath Volume 22:02

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 04/05/2025 16:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5404/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:06

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

BAUGHER

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

# 1 0.166Subject Sample 02:28

1.425Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:30

# 2 0.148Subject Sample 02:31

1.507Breath Volume 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 04/05/2025 16:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:2104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:47

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

BLACKMON

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:26

0.000Air Blank 22:26

0.081Control Test 22:26

0.000Air Blank 22:27

# 1 0.000Subject Sample 22:30 Volume Not Met

0.281Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.000Subject Sample 22:33

1.210Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 3 0.000Subject Sample 22:36

1.531Breath Volume 22:36

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:3004/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

18:06

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

LOPEZ

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.080Control Test 18:27

0.000Air Blank 18:27

# 1 0.268Subject Sample 18:28

2.761Breath Volume 18:28

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.253Subject Sample 18:31

2.250Breath Volume 18:31

0.000Air Blank 18:31

0.080Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:5804/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:56

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

THOMAS

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:17

Air Blank 01:17 RFI Detect

0.000Air Blank 01:17

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:1204/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:56

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

THOMAS

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.080Control Test 01:20

0.000Air Blank 01:20

# 1 0.000Subject Sample 01:20

2.351Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.000Subject Sample 01:23

2.917Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:2004/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:07

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

OFTON

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.081Control Test 00:28

0.000Air Blank 00:28

# 1 0.000Subject Sample 00:29

2.371Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.000Subject Sample 00:31

1.730Breath Volume 00:31

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:0304/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:28

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

HARRIS

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:58

0.081Control Test 20:58

0.000Air Blank 20:59

# 1 0.000Subject Sample 20:59

3.019Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.000Subject Sample 21:02

2.871Breath Volume 21:02

0.000Air Blank 21:03

0.082Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:04

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:2204/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:15

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

MYERS

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:37

# 1 0.139Subject Sample 03:37

2.648Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.132Subject Sample 03:40

1.261Breath Volume 03:40

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:0004/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:25

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

PRICE

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.080Control Test 20:46

0.000Air Blank 20:47

# 1 0.000Subject Sample 20:47

1.179Breath Volume 20:47

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.000Subject Sample 20:50

1.761Breath Volume 20:50

0.000Air Blank 20:51

0.084Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:52

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4504/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:50

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

BERNARD

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

# 1 0.111Subject Sample 00:12

2.367Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:14

# 2 0.105Subject Sample 00:15

2.171Breath Volume 00:15

0.000Air Blank 00:15

0.078Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:0204/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:34

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

HICKS

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1 0.000Subject Sample 03:56

2.472Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.000Subject Sample 03:59

1.636Breath Volume 03:59

0.000Air Blank 04:00

0.081Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:01

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:3704/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:51

Panama City PD

COSME,MATTHEW

01/17/2027

2402946336

Panama City PD

COSME,MATTHEW,A

CORLEY

03/01/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.078Control Test 22:40

0.000Air Blank 22:40

# 1 0.130Subject Sample 22:41

2.382Breath Volume 22:41

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.128Subject Sample 22:44

1.476Breath Volume 22:44

0.000Air Blank 22:44

0.078Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 04/05/2025 22:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:5404/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:57

Panama City PD

LITTLE,NICHOLAS

01/17/2027

2402946336

FHP Troop A

MANSON,TIMOTHY,R

KOSEOGLU

03/01/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.000Subject Sample 02:26

1.710Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.000Subject Sample 02:29

2.441Breath Volume 02:29

0.000Air Blank 02:30

0.078Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 04/05/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4604/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:59

Panama City PD

MANSON,TIMOTHY

01/17/2027

2402946336

Panama City PD

MANSON,TIMOTHY,R

BRAMLEY

03/01/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:36

# 1 0.196Subject Sample 01:37

4.214Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.207Subject Sample 01:40

4.019Breath Volume 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 04/05/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:4204/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:09

Panama City PD

ALLYN,WILLIAM

01/17/2027

2402946336

Panama City PD

ALLYN,WILLIAM,P

TORRES GUTIERREZ

03/01/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

# 1Subject Sample 03:48 RFI Detect

0.539Breath Volume 03:48

0.000Air Blank 03:48

0.079Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 04/05/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:5004/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:09

Panama City PD

ALLYN,WILLIAM

01/17/2027

2402946336

Panama City PD

ALLYN,WILLIAM,P

TORRES GUTIERREZ

03/01/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.078Control Test 03:52

0.000Air Blank 03:52

# 1 0.151Subject Sample 03:53

1.796Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.145Subject Sample 03:57

2.117Breath Volume 03:57

0.000Air Blank 03:57

0.079Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/05/2025 22:23

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:1404/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:35

Panama City PD

JONES,DANIEL

01/17/2027

2402946336

Panama City PD

JONES,DANIEL,L

ORTIZ

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

# 1 0.163Subject Sample 00:19

3.582Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.155Subject Sample 00:22

2.894Breath Volume 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:5204/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:47

Panama City PD

MCNEIL,RAYMOND

01/17/2027

2402946336

Panama City PD

MANSON,TIMOTHY,R

BELL

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.078Control Test 01:39

0.000Air Blank 01:40

# 1 0.021Subject Sample 01:40

3.921Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.019Subject Sample 01:43

3.812Breath Volume 01:43

0.000Air Blank 01:43

0.077Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:0704/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:41

Panama City PD

ZIPF,RICHARD

01/17/2027

2402946336

Panama City PD

TURNER,JONATHAN,R

WORKS

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.078Control Test 05:16

0.000Air Blank 05:17

# 1 0.090Subject Sample 05:17

2.777Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.091Subject Sample 05:20

1.164Breath Volume 05:20

0.000Air Blank 05:21

0.078Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:26:3804/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:43

Panama City PD

CASEY,TYLER

01/17/2027

2402946336

Panama City PD

CASEY,TYLER,J

RAMIREZ SANTIAGO

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:20

0.000Air Blank 15:21

0.078Control Test 15:21

0.000Air Blank 15:21

# 1 0.116Subject Sample 15:22

2.160Breath Volume 15:22

0.000Air Blank 15:22

0.000Air Blank 15:24

# 2 0.112Subject Sample 15:25

3.320Breath Volume 15:25

0.000Air Blank 15:25

0.078Control Test 15:26

0.000Air Blank 15:26

OKDiagnostics Check 15:26

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:5204/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:29

Panama City PD

NELSON,GARRETT

01/17/2027

2402946336

Panama City PD

NELSON,GARRETT,R

WHITE

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.291Subject Sample 03:10

1.593Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.280Subject Sample 03:13

1.343Breath Volume 03:13

0.000Air Blank 03:13

0.077Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:3604/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:25

Panama City PD

STALNAKER,DILLON

01/17/2027

2402946336

Panama City PD

STALNAKER,DILLON,L

STOWE

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

# 1 0.187Subject Sample 00:59

1.804Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.200Subject Sample 01:02

2.609Breath Volume 01:02

0.000Air Blank 01:02

0.078Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:1704/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:26

Panama City PD

BUNCH,BRADFORD

01/17/2027

2402946336

Panama City PD

STALNAKER,DILLON,L

PHILLIPS

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:52

# 1 0.188Subject Sample 04:55 Volume Not Met

0.304Breath Volume 04:55

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.189Subject Sample 05:00 Volume Not Met

0.402Breath Volume 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:3104/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:26

Panama City PD

BUNCH,BRADFORD

01/17/2027

2402946336

Panama City PD

STALNAKER,DILLON,L

PHILLIPS

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:10

# 1 0.189Subject Sample 05:13 Volume Not Met

0.031Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:15

# 2 0.185Subject Sample 05:18

1.429Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 3 0.170Subject Sample 05:24 Volume Not Met

0.972Breath Volume 05:24

0.000Air Blank 05:24

0.077Control Test 05:24

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:34:1604/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:07

07:43

Panama City PD

CUMBIE,JAMES

01/17/2027

2402946336

Panama City PD

QUINN,CAMERON,B

BUITRAGO GARZON

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:27

0.000Air Blank 08:28

0.079Control Test 08:28

0.000Air Blank 08:29

# 1 0.162Subject Sample 08:29

1.886Breath Volume 08:29

0.000Air Blank 08:30

0.000Air Blank 08:31

# 2 0.160Subject Sample 08:32

1.781Breath Volume 08:32

0.000Air Blank 08:33

0.079Control Test 08:33

0.000Air Blank 08:34

OKDiagnostics Check 08:34

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:3004/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

20:21

Panama City PD

MANSON,TIMOTHY

01/17/2027

2402946336

Panama City PD

MANSON,TIMOTHY,R

WERNER-NOEL

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:41

0.078Control Test 20:42

0.000Air Blank 20:42

# 1 0.171Subject Sample 20:45

1.503Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.181Subject Sample 20:48

2.183Breath Volume 20:48

0.000Air Blank 20:48

0.076Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:3304/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

21:17

Panama City PD

VIDAK,STEVE

01/17/2027

2402946336

Panama City PD

STALNAKER,DILLON,L

DIAZ

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.078Control Test 21:37

0.000Air Blank 21:38

# 1 0.101Subject Sample 21:39

4.804Breath Volume 21:39

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.088Subject Sample 21:42

1.167Breath Volume 21:42

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:0804/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:51

16:35

Panama City PD

MCNEIL,RAYMOND

01/17/2027

2402946336

Panama City PD

BLAND,CURTIS,L

KNIGHT

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:12

0.000Air Blank 17:12

0.079Control Test 17:12

0.000Air Blank 17:13

# 1 0.000Subject Sample 17:13

2.300Breath Volume 17:13

0.000Air Blank 17:14

0.000Air Blank 17:16

# 2 0.000Subject Sample 17:16

1.148Breath Volume 17:16

0.000Air Blank 17:17

0.078Control Test 17:17

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:5104/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:38

Panama City PD

BLAND,CURTIS

01/17/2027

2402946336

Panama City PD

BLAND,CURTIS,L

ELLIS

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:09

# 1 0.136Subject Sample 01:09

1.925Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.137Subject Sample 01:12

2.289Breath Volume 01:12

0.000Air Blank 01:12

0.078Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1204/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:56

Panama City PD

STALNAKER,TEDDY

01/17/2027

2402946336

Panama City PD

STALNAKER,TEDDY,L

JONES

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.079Control Test 03:33

0.000Air Blank 03:33

# 1 0.201Subject Sample 03:36

1.441Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.195Subject Sample 03:39

1.703Breath Volume 03:39

0.000Air Blank 03:40

0.077Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 05/04/2025 03:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:1404/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:58

Panama City PD

MANSON,TIMOTHY

01/17/2027

2402946336

Panama City PD

MANSON,TIMOTHY,R

WHIGHAM

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.078Control Test 03:55

0.000Air Blank 03:55

# 1 0.179Subject Sample 03:56

2.699Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.188Subject Sample 03:59

1.671Breath Volume 03:59

0.000Air Blank 04:00

0.077Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:5104/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:29

Panama City PD

ZIPF,RICHARD

01/17/2027

2402946336

Panama City PD

TURNER,JONATHAN,R

WILLIAMS

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.077Control Test 05:09

0.000Air Blank 05:10

# 1 0.199Subject Sample 05:10

2.886Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.188Subject Sample 05:13

1.273Breath Volume 05:13

0.000Air Blank 05:13

0.078Control Test 05:14

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:5504/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

19:06

Panama City PD

MANSON,TIMOTHY

01/17/2027

2402946336

Panama City PD

MANSON,TIMOTHY,R

CRILLY

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.078Control Test 19:48

0.000Air Blank 19:49

# 1 0.235Subject Sample 19:52 Volume Not Met

0.355Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:54

# 2Subject Sample 19:55 Subject Test Refused

0.000Breath Volume 19:55

0.000Air Blank 19:55

0.077Control Test 19:55

0.000Air Blank 19:56

FailDiagnostics Check 19:56 Voltage/Current Test

0.000Air Blank 19:56

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:2804/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:42

Panama City PD

HAVLICEK,LENA

01/17/2027

2402946336

Lynn Haven PD

STALNAKER,DILLON,L

ROGERS

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:25

# 1 0.146Subject Sample 23:26

1.132Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.156Subject Sample 23:31

1.890Breath Volume 23:31

0.000Air Blank 23:31

0.078Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:4104/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:37

Panama City PD

MCNEIL,RAYMOND

01/17/2027

2402946336

Panama City PD

HOLMES,KYLE,F

CHILDERS

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.075Control Test 21:00

0.000Air Blank 21:00

# 1Subject Sample 21:02 Subject Test Refused

0.000Breath Volume 21:02

0.000Air Blank 21:02

0.075Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:48:2004/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:23

07:28

Panama City PD

HALE,CALEB

01/17/2027

2402946336

Panama City PD

SCOTT,DYLAN,J

WEBB

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:44

0.000Air Blank 08:44

0.079Control Test 08:44

0.000Air Blank 08:45

# 1Subject Sample 08:47 Sequence Aborted

0.000Breath Volume 08:47

0.000Air Blank 08:48

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:3404/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:40

Panama City PD

ANTHONY,JEFFREY

01/17/2027

2402946336

Panama City PD

MANSON,TIMOTHY,R

BALDWIN

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:30

# 1Subject Sample 22:30 Subject Test Refused

0.000Breath Volume 22:30

0.000Air Blank 22:30

0.079Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:0104/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

23:07

Panama City PD

CHESTNUT,CHRISTOPHER

01/17/2027

2402946336

Lynn Haven PD

BLAND,CURTIS,L

CANAN

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.078Control Test 01:18

0.000Air Blank 01:18

# 1 0.105Subject Sample 01:19

1.585Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.091Subject Sample 01:22

1.128Breath Volume 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:24

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:43:2104/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

14:03

Panama City PD

PHILLIPS,KHALIL

01/17/2027

2402946336

Panama City PD

CASEY,TYLER,J

MILLS

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:40

0.000Air Blank 14:40

0.078Control Test 14:41

0.000Air Blank 14:41

# 1Subject Sample 14:42 Subject Test Refused

0.000Breath Volume 14:42

0.000Air Blank 14:42

0.079Control Test 14:42

0.000Air Blank 14:43

OKDiagnostics Check 14:43

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:2204/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:29

Panama City PD

HOLBERT,TYLER

01/17/2027

2402946336

Panama City PD

TURNER,JONATHAN,R

HOLMAN

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:04

0.079Control Test 05:05

0.000Air Blank 05:05

# 1 0.040Subject Sample 05:05

2.917Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.041Subject Sample 05:08

1.250Breath Volume 05:08

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:0904/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:20

Panama City PD

COLLIER,EMILY

01/17/2027

2402946336

FL State University

JONES,DANIEL,L

REAGAN

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.079Control Test 19:33

0.000Air Blank 19:33

# 1 0.171Subject Sample 19:34

1.781Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.165Subject Sample 19:37

2.773Breath Volume 19:37

0.000Air Blank 19:38

0.079Control Test 19:38

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:03:4504/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:26

15:38

Polk County SO

REGISTER,J

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

MCKENZIE JR

03/25/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:57

0.000Air Blank 15:58

0.080Control Test 15:58

0.000Air Blank 15:58

# 1 0.337Subject Sample 15:59

1.839Breath Volume 15:59

0.000Air Blank 16:00

0.000Air Blank 16:01

# 2 0.327Subject Sample 16:02

1.621Breath Volume 16:02

0.000Air Blank 16:02

0.083Control Test 16:03

0.000Air Blank 16:03

OKDiagnostics Check 16:03

Data Download Date/Time: 05/20/2025 15:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:3204/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

19:34

Polk County SO

REGISTER,JUSTIN

05/05/2025

08223080A2

Polk County SO

REGISTER,JUSTIN,D

MACEDO

03/25/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.080Control Test 19:56

0.000Air Blank 19:56

# 1 0.215Subject Sample 19:57

1.550Breath Volume 19:57

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.222Subject Sample 19:59

1.394Breath Volume 19:59

0.000Air Blank 20:00

0.080Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 05/20/2025 15:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:4204/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

17:50

17:50

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

03/03/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:15

0.082Control Test 18:15

0.000Air Blank 18:16

# 1 0.000Subject Sample 18:16

2.062Breath Volume 18:16

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2 0.000Subject Sample 18:19

1.730Breath Volume 18:19

0.000Air Blank 18:19

0.082Control Test 18:20

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 04/04/2025 15:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.


