
80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:0111/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:08

FHP Troop F

OGDON,QUINLAN

09/10/2027

403141809

FHP Troop F

OGDON,QUINLAN,M

BOWMAN

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:19

# 1 0.170Subject Sample 01:20

3.261Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.169Subject Sample 01:23

2.519Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:25

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3911/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:46

Manatee County SO

CALDWELL,COLIN

09/10/2027

403141809

Manatee County SO

CALDWELL,COLIN,M

KELSALL

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:37

# 1 0.189Subject Sample 03:38

2.593Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:40

# 2 0.164Subject Sample 03:41

1.867Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 3 0.171Subject Sample 03:45

2.179Breath Volume 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:2311/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:45

Manatee County SO

CALDWELL,COLIN

09/10/2027

403141809

Manatee County SO

CALDWELL,COLIN,M

WADE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

# 1 0.198Subject Sample 04:47

2.609Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.185Subject Sample 04:50

1.929Breath Volume 04:50

0.000Air Blank 04:51

0.081Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3511/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:27

Palmetto PD

JOHNS,JUSTIN

09/10/2027

403141809

Palmetto PD

JOHNS,JUSTIN,

RAMIREZ VITAL

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.081Control Test 03:30

0.000Air Blank 03:30

# 1Subject Sample 03:32 Subject Test Refused

0.015Breath Volume 03:32

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:3911/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:27

FHP Troop F

PLATT,DEREK

09/10/2027

403141809

FHP Troop F

PLATT,DEREK,T

PINA SANTOS

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.081Control Test 04:12

0.000Air Blank 04:12

# 1 0.176Subject Sample 04:13

1.660Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.169Subject Sample 04:16

1.214Breath Volume 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1711/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:03

Manatee County SO

SIMANDL,REAGHN

09/10/2027

403141809

Manatee County SO

SIMANDL,REAGHN,S

MARTINEZ MARTINEZ

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:33

# 1 0.090Subject Sample 00:34

3.640Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.083Subject Sample 00:37

3.589Breath Volume 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:0911/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:08

Bradenton PD

HASS,MALIK

09/10/2027

403141809

Bradenton PD

HASS,MALIK,

ARPIN

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

# 1 0.158Subject Sample 02:39

1.570Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:41

# 2 0.150Subject Sample 02:42

2.093Breath Volume 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:4111/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:52

Manatee County SO

PAULUS,CASEY

09/10/2027

403141809

Manatee County SO

PAULUS,CASEY,E

MITCHELL

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.079Control Test 20:51

0.000Air Blank 20:52

# 1 0.261Subject Sample 20:55

1.273Breath Volume 20:55

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.270Subject Sample 20:58

1.449Breath Volume 20:58

0.000Air Blank 20:58

0.078Control Test 20:59

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2811/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:01

Manatee County SO

PAULUS,CASEY

09/10/2027

403141809

Manatee County SO

PAULUS,CASEY,E

KAUFMANN

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

# 1 0.019Subject Sample 03:12

2.164Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.016Subject Sample 03:14

1.609Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0311/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:11

Manatee County SO

BROWN,SARAH

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

HINTON

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.082Control Test 04:04

0.000Air Blank 04:05

# 1 0.176Subject Sample 04:05

2.523Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 2 0.179Subject Sample 04:08

2.464Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:10

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5911/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:30

Palmetto PD

COTTOM,CALEB

09/10/2027

403141809

Palmetto PD

MORIARTY,QUINN,D

GINDER

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.112Subject Sample 03:24

4.445Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:26

# 2 0.103Subject Sample 03:27

2.398Breath Volume 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:3611/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:57

FHP Troop F

KOPE,MICHAEL

09/10/2027

403141809

FHP Troop F

KOPE,MICHAEL,D

LAVENDER

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.007Subject Sample 03:33

2.312Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.007Subject Sample 03:36

2.375Breath Volume 03:36

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:18:3511/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:41

17:49

Manatee County SO

BARNA,TAMAS

09/10/2027

403141809

FHP Troop F

SIMANDL,REAGHN,S

HILL

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:11

0.000Air Blank 19:11

0.080Control Test 19:11

0.000Air Blank 19:12

# 1 0.000Subject Sample 19:14

3.640Breath Volume 19:14

0.000Air Blank 19:14

0.000Air Blank 19:16

# 2 0.000Subject Sample 19:17

2.425Breath Volume 19:17

0.000Air Blank 19:17

0.080Control Test 19:17

0.000Air Blank 19:18

OKDiagnostics Check 19:18

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:4111/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:34

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

PAULUS,CASEY,E

NUNEZ CORONADO

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:45 No Sample Provided

0.000Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2Subject Sample 01:51 No Sample Provided

0.000Breath Volume 01:51

0.000Air Blank 01:51

0.069Control Test 01:52 Control Outside Tolerance

0.000Air Blank 01:52

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1211/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:34

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

PAULUS,CASEY,E

NUNEZ CORONADO

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

# 1 0.083Subject Sample 01:57

1.453Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 01:59

# 2 0.078Subject Sample 02:00

1.472Breath Volume 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1511/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:34

Palmetto PD

JOHNS,JUSTIN

09/10/2027

403141809

Palmetto PD

JOHNS,JUSTIN,A

LEFEVRE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

# 1 0.186Subject Sample 23:28

3.132Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.180Subject Sample 23:31

2.160Breath Volume 23:31

0.000Air Blank 23:32

0.076Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3411/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:44

Manatee County SO

BROWN,SARAH

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

PARA

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.081Control Test 21:41

0.000Air Blank 21:42

# 1 0.140Subject Sample 21:42

3.777Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.135Subject Sample 21:45

4.207Breath Volume 21:45

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5011/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:19

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

SPRINGMAN,JASON,L

LIVE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.082Control Test 02:33

0.000Air Blank 02:33

# 1 0.000Subject Sample 02:34

1.503Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.000Subject Sample 02:37

1.933Breath Volume 02:37

0.000Air Blank 02:37

0.082Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2511/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:24

FHP Troop F

EHRHART,RYAN

09/10/2027

403141809

FHP Troop F

EHRHART,RYAN,A

HARRIS

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1 0.068Subject Sample 03:20

2.242Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.064Subject Sample 03:23

1.316Breath Volume 03:23

0.000Air Blank 03:24

0.082Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:3711/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:04

FHP Troop F

PLATT,DEREK

09/10/2027

403141809

FHP Troop F

PLATT,DEREK,T

SANDERS

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

# 1 0.197Subject Sample 02:00

1.769Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.186Subject Sample 02:03

1.757Breath Volume 02:03

0.000Air Blank 02:04

0.080Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:5911/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

03:24

Manatee County SO

COBB,JAMEICA

09/10/2027

403141809

Manatee County SO

COBB,JAMEICA,S

PEREZ

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

# 1 0.139Subject Sample 04:47

2.386Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.150Subject Sample 04:51

3.210Breath Volume 04:51

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:3011/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:05

Manatee County SO

COBB,JAMEICA

09/10/2027

403141809

Manatee County SO

COBB,JAMEICA,S

STOYKA

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.082Control Test 23:56

0.000Air Blank 23:57

# 2 0.092Subject Sample 23:57

2.371Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.086Subject Sample 00:00

2.296Breath Volume 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2011/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:21

Manatee County SO

SIMANDL,REAGHN

09/10/2027

403141809

Manatee County SO

SIMANDL,REAGHN,S

SANTIAGO GONZALEZ

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.082Control Test 01:18

0.000Air Blank 01:18

# 1 0.152Subject Sample 01:20

1.851Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.151Subject Sample 01:23

1.636Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:1511/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:01

Manatee County SO

COOK,AUSTIN

09/10/2027

403141809

Manatee County SO

COOK,AUSTIN,W

SANO

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:57

# 1 0.274Subject Sample 01:59

1.222Breath Volume 01:59

Air Blank 01:59 Purge Fail

0.000Air Blank 02:00

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2311/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:01

Manatee County SO

COOK,AUSTIN

09/10/2027

403141809

Manatee County SO

COOK,AUSTIN,W

SANO

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:03

# 1 0.276Subject Sample 02:04

1.375Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:06

# 2 0.275Subject Sample 02:08

1.539Breath Volume 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3611/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:50

Manatee County SO

BROWN,SARAH

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

STACKHOUSE

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.068Subject Sample 03:27

2.023Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.072Subject Sample 03:30

2.687Breath Volume 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:5611/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:53

Manatee County SO

COBB,JAMEICA

09/10/2027

403141809

Manatee County SO

COBB,JAMEICA,S

BUSTOS

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.080Control Test 21:38

0.000Air Blank 21:38

# 1 0.274Subject Sample 21:41

1.980Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:43

# 2 0.286Subject Sample 21:44

1.562Breath Volume 21:44

0.000Air Blank 21:44

0.077Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:5411/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:52

12:04

Manatee County SO

WEAVER,SEAN

09/10/2027

403141809

Manatee County SO

WEAVER,SEAN,P

PEREZ

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.081Control Test 00:50

0.000Air Blank 00:51

# 1 0.054Subject Sample 00:52

1.214Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:54

# 2 0.048Subject Sample 00:55

1.324Breath Volume 00:55

0.000Air Blank 00:55

0.079Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:5711/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:26

Manatee County SO

SIMANDL,REAGHN

09/10/2027

403141809

Manatee County SO

SIMANDL,REAGHN,S

BUCK-HALLMAN

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

# 1 0.137Subject Sample 02:15

1.203Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:17

# 2 0.139Subject Sample 02:18

1.832Breath Volume 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:1211/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:22

Manatee County SO

BROWN,SARAH

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

GARZA

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:02

0.081Control Test 19:02

0.000Air Blank 19:03

# 1 0.254Subject Sample 19:04

2.636Breath Volume 19:04

0.000Air Blank 19:05

0.000Air Blank 19:06

# 2 0.253Subject Sample 19:07

1.820Breath Volume 19:07

0.000Air Blank 19:08

0.079Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1611/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:58

Manatee County SO

BROWN,SARAH

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

PIERCE

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.082Control Test 23:42

0.000Air Blank 23:43

# 1 0.153Subject Sample 23:43

1.160Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.142Subject Sample 23:46

2.363Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 11/10/2025 13:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:4911/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:56

Flagler County SO

CHOHAN,K

10/05/2027

23725080A2

Flagler County SO

HARMON,TYLER,S

BARKER

10/26/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.081Control Test 01:52

0.000Air Blank 01:53

# 1 0.093Subject Sample 01:53

2.261Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.095Subject Sample 01:57

2.453Breath Volume 01:57

0.000Air Blank 01:57

0.082Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 11/14/2025 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5211/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:24

FHP Troop G

RAY,KEATON

10/05/2027

23725080A2

FHP Troop G

RAY,KEATON,A

MALDONADO SIERRA

10/26/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:15

# 1 0.170Subject Sample 02:16

2.175Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:18

# 2 0.171Subject Sample 02:19

1.808Breath Volume 02:19

0.000Air Blank 02:19

0.079Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 11/14/2025 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3811/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:45

Flagler County SO

BARRETT,JOSHUA

10/05/2027

23725080A2

Flagler County SO

BARRETT,JOSHUA,T

ALTUVE SANCHEZ

10/26/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.080Control Test 01:51

0.000Air Blank 01:51

# 1 0.148Subject Sample 01:52

2.726Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.149Subject Sample 01:54

2.761Breath Volume 01:54

0.000Air Blank 01:55

0.078Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 11/14/2025 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:5011/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:29

Flagler County SO

FERNANDEZ,JORGE

10/05/2027

23725080A2

Flagler County SO

FERNANDEZ,JORGE,

TRZECIAK

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.080Control Test 22:24

0.000Air Blank 22:24

# 1 0.000Subject Sample 22:25

3.062Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.000Subject Sample 22:29

2.640Breath Volume 22:29

0.000Air Blank 22:29

0.079Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:1511/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

12:39

FHP Troop G

RAY,KEATON

10/05/2027

23725080A2

FHP Troop G

RAY,KEATON,A

HICKLIN

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.081Control Test 01:53

0.000Air Blank 01:53

# 1 0.141Subject Sample 01:54

1.765Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.136Subject Sample 01:57

1.437Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0211/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:20

Flagler Beach PD

SNYDER,MICHAEL

10/05/2027

23725080A2

Flagler Beach PD

SNYDER,MICHAEL,D

KOSKI

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.135Subject Sample 03:22

1.441Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.135Subject Sample 03:26

1.285Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:28

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:4611/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:41

Flagler Beach PD

SCHERR,EVAN

10/05/2027

23725080A2

Flagler Beach PD

SCHERR,EVAN,M

LUNDELL

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.081Control Test 22:08

0.000Air Blank 22:09

# 1 0.302Subject Sample 22:10

3.652Breath Volume 22:10

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.288Subject Sample 22:13

3.113Breath Volume 22:13

0.000Air Blank 22:13

0.080Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:1911/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:15

Flagler County SO

EABY,ALAN

10/05/2027

23725080A2

Bunnell PD

ERICKSON,NATHAN,R

WILLIAMS

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.080Control Test 01:22

0.000Air Blank 01:22

# 1 0.172Subject Sample 01:24

1.933Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.164Subject Sample 01:28

1.542Breath Volume 01:28

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2211/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:27

Flagler County SO

MEDINA,J

10/05/2027

23725080A2

Flagler County SO

HARMON',TYLER,S

SUMMY

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.081Control Test 03:42

0.000Air Blank 03:42

# 1 0.211Subject Sample 03:43

2.664Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.190Subject Sample 03:46

2.292Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 3 0.201Subject Sample 03:49

2.707Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:5011/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:54

17:08

Flagler County SO

BISHOP,EVAN

10/05/2027

23725080A2

Flagler County SO

ERICKSON,NATHAN,R

HERRERA

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:15

0.081Control Test 18:15

0.000Air Blank 18:16

# 1Subject Sample 18:16 Subject Test Refused

0.000Breath Volume 18:16

0.000Air Blank 18:16

0.081Control Test 18:17

0.000Air Blank 18:17

OKDiagnostics Check 18:17

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0311/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:35

FHP Troop G

WRAY,CHRISTOPHER

10/05/2027

23725080A2

FHP Troop G

WRAY,CHRISTOPHER,J

BLUNT

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.081Control Test 02:36

0.000Air Blank 02:37

# 1 0.132Subject Sample 02:37

1.789Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.133Subject Sample 02:40

1.984Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:42

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0511/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:13

Flagler County SO

BLAKE,PAIGE

10/05/2027

23725080A2

Flagler County SO

FERNANDEZ DE LARA,JORGE,

COLEMAN

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:33

# 1 0.220Subject Sample 01:33

1.828Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.208Subject Sample 01:36

2.691Breath Volume 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:1711/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

23:48

Flagler County SO

MEDINA,J

10/05/2027

23725080A2

Flagler County SO

HARMON,TYLER,S

POE

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

# 1 0.000Subject Sample 01:38

3.070Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.000Subject Sample 01:41

2.988Breath Volume 01:41

0.000Air Blank 01:42

0.082Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:0411/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:11

Boca Raton PD

ALMEIDA,TIMOTHY

03/05/2026

01524080A2

Boca Raton PD

NAVA,TIMO,J

MAIDA

10/28/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:08

# 1Subject Sample 03:11 Subject Test Refused

0.000Breath Volume 03:11

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:13

Data Download Date/Time: 11/25/2025 09:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:20:3111/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:41

14:20

Boca Raton PD

CASAS,JAVIER

03/05/2026

01524080A2

Boca Raton PD

WILLIAMS,DAVID,R

RAYMUNDO BRITO

10/28/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:09

0.000Air Blank 15:10

0.078Control Test 15:10

0.000Air Blank 15:11

# 1 0.191Subject Sample 15:12

2.339Breath Volume 15:12

0.000Air Blank 15:13

0.000Air Blank 15:14

# 2 0.170Subject Sample 15:15

1.308Breath Volume 15:15

0.000Air Blank 15:16

0.000Air Blank 15:18

# 3 0.175Subject Sample 15:18

1.199Breath Volume 15:18

0.000Air Blank 15:19

0.078Control Test 15:19

0.000Air Blank 15:20

OKDiagnostics Check 15:20

Data Download Date/Time: 11/25/2025 09:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5211/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:06

Boca Raton PD

DELGADO,BRIAN

03/05/2026

01524080A2

Boca Raton PD

HARRISON,DANIELLE,M

CRUZ IZQUIERDO

10/28/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.078Control Test 04:13

0.000Air Blank 04:13

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 11/25/2025 09:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:0511/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:16

Boca Raton PD

ALMEIDA,TIMOTHY

03/05/2026

01524080A2

Boca Raton PD

NAVA,TIMO,J

WHETSTONE

10/28/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

# 1Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:27

Data Download Date/Time: 11/25/2025 09:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:1711/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:09

Boca Raton PD

NAVA,TIMO

03/05/2026

01524080A2

Boca Raton PD

CASAS,JAVIER,

BOYLE

10/28/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

# 1 0.109Subject Sample 01:20

2.183Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.108Subject Sample 01:23

1.238Breath Volume 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 11/25/2025 09:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:1111/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:01

Boca Raton PD

DELGADO,BRIAN

03/05/2026

01524080A2

Boca Raton PD

NAVA,TIMO,J

GOMEZ DOMINGUEZ

10/28/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.078Control Test 00:08

0.000Air Blank 00:08

# 1 0.233Subject Sample 00:11 Volume Not Met

0.093Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.247Subject Sample 00:14

1.800Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 3 0.249Subject Sample 00:18

1.714Breath Volume 00:18

0.000Air Blank 00:19

0.077Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 11/25/2025 09:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4011/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:38

Boca Raton PD

ALMEIDA,TIMOTHY

03/05/2026

01524080A2

Boca Raton PD

NAVA,TIMO,J

WATT

10/28/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:49

# 1Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 11/25/2025 09:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2611/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:41

Boca Raton PD

SHIVER,JOEL

03/05/2026

01524080A2

Boca Raton PD

RAMUNNI,FRANCESCO,

SILVA

10/28/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

# 1 0.091Subject Sample 00:34

2.644Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.086Subject Sample 00:37

1.703Breath Volume 00:37

0.000Air Blank 00:38

0.077Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 11/25/2025 09:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:5711/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:13

Boca Raton PD

RAMUNNI,FRANCESCO

03/05/2026

01524080A2

Boca Raton PD

ROSARIO,JONATHAN,G

ARBOLEDA GALLEGO

11/24/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:15

# 1 0.127Subject Sample 00:17

1.300Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.134Subject Sample 00:20

1.691Breath Volume 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 12/09/2025 15:12

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:52:2111/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

06:30

Boca Raton PD

LEONARD,SETH

03/05/2026

01524080A2

Boca Raton PD

COON,REBECCA,L

ASTUDILLO

11/24/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:49

0.000Air Blank 07:49

0.079Control Test 07:50

0.000Air Blank 07:50

# 1Subject Sample 07:50 Subject Test Refused

0.000Breath Volume 07:50

0.000Air Blank 07:51

0.080Control Test 07:51

0.000Air Blank 07:52

OKDiagnostics Check 07:52

Data Download Date/Time: 12/09/2025 15:12

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:2311/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:05

FHP Troop E

ARTHUR,MELVIN

08/29/2027

403135736

FHP Troop E

ARTHUR,MELVIN,J

GUIROLA

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.081Control Test 01:59

0.000Air Blank 01:59

# 1 0.000Subject Sample 02:00

1.765Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.000Subject Sample 02:03

2.066Breath Volume 02:03

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 11/25/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:15:3511/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:48

13:45

FHP Troop E

FRANCESCHI,VANESSA

08/29/2027

403135736

FHP Troop E

FRANCESCHI,VANESSA,R

POOLE

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:09

0.000Air Blank 15:09

0.081Control Test 15:10

0.000Air Blank 15:10

# 1 0.323Subject Sample 15:11

1.300Breath Volume 15:11

0.000Air Blank 15:11

0.000Air Blank 15:13

# 2 0.317Subject Sample 15:14

1.250Breath Volume 15:14

0.000Air Blank 15:14

0.080Control Test 15:14

0.000Air Blank 15:15

OKDiagnostics Check 15:15

Data Download Date/Time: 11/25/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:4211/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:01

FHP Troop E

CHAMIZO,GUSTAVO

08/29/2027

403135736

FHP Troop E

CHAMIZO,GUSTAVO,S

MENDOZA DIAZ

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

Air Blank 00:55 RFI Detect

Air Blank 00:55 RFI Detect

Data Download Date/Time: 11/25/2025 14:22

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2411/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:01

FHP Troop E

CHAMIZO,GUSTAVO

08/29/2027

403135736

FHP Troop E

CHAMIZO,GUSTAVO,S

MENDOZA DIAZ

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

Air Blank 00:59 RFI Detect

Air Blank 00:59 RFI Detect

Data Download Date/Time: 11/25/2025 14:22

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3411/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:59

FHP Troop E

CRUZ,ISRAEL

08/29/2027

403135736

FHP Troop E

CRUZ,ISRAEL,I

MARTINEZ LOPEZ

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.081Control Test 03:59

0.000Air Blank 04:00

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:02

0.082Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 11/25/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:54:5111/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

08/29/2027

403135736

FHP Troop E

SANCHEZ,CELESTE,E

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:54

Air Blank 06:54 Improper Sample

Air Blank 06:54 Improper Sample

Data Download Date/Time: 11/25/2025 14:22

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:5511/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

08/29/2027

403135736

FHP Troop E

SANCHEZ,CELESTE,E

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:57

Air Blank 06:57 Improper Sample

Air Blank 06:57 Improper Sample

Data Download Date/Time: 11/25/2025 14:22

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:1611/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

08/29/2027

403135736

FHP Troop E

SANCHEZ,CELESTE,E

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:00

Air Blank 07:00 Ambient Fail

Air Blank 07:01 Ambient Fail

Data Download Date/Time: 11/25/2025 14:22

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:04:4011/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

08/29/2027

403135736

FHP Troop E

SANCHEZ,CELESTE,E

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:03

Air Blank 07:04 Ambient Fail

0.000Air Blank 07:04

Data Download Date/Time: 11/25/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:24:0211/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

08/29/2027

403135736

FHP Troop E

SANCHEZ,CELESTE,E

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:12

0.000Air Blank 07:12

0.076Control Test 07:13

0.000Air Blank 07:13

# 1 0.172Subject Sample 07:16 Volume Not Met

0.093Breath Volume 07:16

0.000Air Blank 07:17

0.000Air Blank 07:19

# 2 0.192Subject Sample 07:22 Volume Not Met

0.093Breath Volume 07:22

0.000Air Blank 07:23

0.075Control Test 07:23

0.000Air Blank 07:23

OKDiagnostics Check 07:24

Data Download Date/Time: 11/25/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:4811/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

19:48

FHP Troop E

ARTHUR,MELVIN

08/29/2027

403135736

FHP Troop E

ARTHUR,MELVIN,J

PERI

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.077Control Test 20:31

0.000Air Blank 20:32

# 1 0.181Subject Sample 20:33

2.597Breath Volume 20:33

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.177Subject Sample 20:36

1.753Breath Volume 20:36

0.000Air Blank 20:36

0.076Control Test 20:37

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 11/25/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:4111/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:33

FHP Troop E

ARTHUR,MELVIN

08/29/2027

403135736

FHP Troop E

ARTHUR,MELVIN,J

SURAPANENI

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:21

0.078Control Test 20:21

0.000Air Blank 20:22

# 1 0.000Subject Sample 20:23

4.964Breath Volume 20:23

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.000Subject Sample 20:26

4.832Breath Volume 20:26

0.000Air Blank 20:26

0.077Control Test 20:27

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 11/25/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3611/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:14

FHP Troop E

CRUZ,ISRAEL

08/29/2027

403135736

FHP Troop E

CRUZ,ISRAEL,I

HERNANDEZ ESPINOZA

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.081Control Test 03:17

0.000Air Blank 03:17

# 1 0.132Subject Sample 03:18

2.113Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.135Subject Sample 03:21

2.285Breath Volume 03:21

0.000Air Blank 03:21

0.081Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 11/25/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:47:5711/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:21

15:39

FHP Troop E

MCLEMORE,DESTINEY

08/29/2027

403135736

FHP Troop E

PEREZ,HENRY,

BEASLEY

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:41

0.000Air Blank 16:42

0.080Control Test 16:42

0.000Air Blank 16:42

# 1 0.234Subject Sample 16:43

2.097Breath Volume 16:43

0.000Air Blank 16:44

0.000Air Blank 16:45

# 2 0.229Subject Sample 16:46

2.050Breath Volume 16:46

0.000Air Blank 16:47

0.079Control Test 16:47

0.000Air Blank 16:47

OKDiagnostics Check 16:47

Data Download Date/Time: 12/30/2025 15:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:1111/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

19:34

FHP Troop E

ROBINSON,HAROLD

08/29/2027

403135736

FHP Troop E

ROBINSON,HAROLD,H

RUIZ

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:14

0.000Air Blank 20:14

0.080Control Test 20:14

0.000Air Blank 20:15

# 1 0.315Subject Sample 20:15

1.429Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.327Subject Sample 20:18

1.117Breath Volume 20:18

0.000Air Blank 20:19

0.079Control Test 20:19

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 12/30/2025 15:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:3911/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:19

FHP Troop E

MULVEY,KEVIN

08/29/2027

403135736

FHP Troop E

MULVEY,KEVIN,

SOZA-ARVIZO

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

Air Blank 00:29 RFI Detect

0.000Air Blank 00:29

Data Download Date/Time: 12/30/2025 15:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:2311/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:19

FHP Troop E

MULVEY,KEVIN

08/29/2027

403135736

FHP Troop E

MULVEY,KEVIN,

SOZA-ARVIZO

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

# 1Subject Sample 00:36 Subject Test Refused

0.000Breath Volume 00:36

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 12/30/2025 15:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:3411/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:44

FHP Troop D

NOVAK,TYLER

05/09/2028

403342588

FHP Troop D

NOVAK,TYLER,B

KEYE

11/19/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:12

# 1 0.072Subject Sample 02:13

1.371Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.068Subject Sample 02:17

2.113Breath Volume 02:17

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 12/20/2025 23:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:4611/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

21:21

Manatee County SO

VANOVER,ANDREW

08/02/2028

403411042

Manatee County SO

VANOVER,ANDREW,P

DUBOIS

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:44

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:46

# 1 0.109Subject Sample 21:46

2.128Breath Volume 21:46

0.000Air Blank 21:47

0.000Air Blank 21:48

# 2 0.106Subject Sample 21:49

1.792Breath Volume 21:49

0.000Air Blank 21:49

0.078Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:2111/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

22:07

Manatee County SO

VANOVER,ANDREW

08/02/2028

403411042

Manatee County SO

VANOVER,ANDREW,P

PEREZ DIAZ

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.079Control Test 22:35

0.000Air Blank 22:35

# 1 0.085Subject Sample 22:35

2.664Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.081Subject Sample 22:38

2.695Breath Volume 22:38

0.000Air Blank 22:39

0.078Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0711/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:09

Manatee County SO

VANOVER,ANDREW

08/02/2028

403411042

Manatee County SO

VANOVER,ANDREW,P

BURKE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1 0.081Subject Sample 01:34

1.675Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.076Subject Sample 01:37

1.972Breath Volume 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3911/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:44

Manatee County SO

VANOVER,ANDREW

08/02/2028

403411042

Manatee County SO

VANOVER,ANDREW,P

EUGENE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

# 1 0.000Subject Sample 02:10

2.199Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.000Subject Sample 02:13

2.437Breath Volume 02:13

0.000Air Blank 02:13

0.078Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:1111/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:53

17:47

Manatee County SO

VANOVER,ANDREW

08/02/2028

403411042

Manatee County SO

VANOVER,ANDREW,P

BAUGHMAN

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:15

0.079Control Test 18:15

0.000Air Blank 18:16

# 1 0.128Subject Sample 18:16

3.574Breath Volume 18:16

0.000Air Blank 18:17

0.000Air Blank 18:19

# 2 0.138Subject Sample 18:19

4.101Breath Volume 18:19

0.000Air Blank 18:20

0.077Control Test 18:20

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:3711/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:02

Manatee County SO

PAULUS,CASEY

08/02/2028

403411042

Manatee County SO

PAULUS,CASEY,E

SUCCES

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:35

# 1 0.193Subject Sample 01:38

2.394Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:40

# 2 0.203Subject Sample 01:40

2.574Breath Volume 01:40

0.000Air Blank 01:41

0.074Control Test 01:42 Control Outside Tolerance

0.000Air Blank 01:42

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4211/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:02

Manatee County SO

PAULUS,CASEY

08/02/2028

403411042

Manatee County SO

PAULUS,CASEY,E

SUCCES

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.077Control Test 01:45

0.000Air Blank 01:45

# 1 0.203Subject Sample 01:46

2.593Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.205Subject Sample 01:49

1.894Breath Volume 01:49

0.000Air Blank 01:50

0.075Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:5011/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:40

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

CARRUTH

10/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.081Control Test 02:55

0.000Air Blank 02:55

# 1 0.000Subject Sample 02:56

3.785Breath Volume 02:56

Air Blank 02:56 RFI Detect

0.000Air Blank 02:56

0.081Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 11/19/2025 10:48

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4611/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:40

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

CARRUTH

10/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.081Control Test 03:00

0.000Air Blank 03:01

# 1 0.000Subject Sample 03:01

3.683Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.000Subject Sample 03:04

3.687Breath Volume 03:04

0.000Air Blank 03:04

0.081Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 11/19/2025 10:48

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5711/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:12

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

TAYLOR

10/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:26

# 1 0.029Subject Sample 03:27

3.199Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:29

# 2 0.027Subject Sample 03:30

3.222Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/19/2025 10:48

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:5311/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:25

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

FRAZIER

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.080Control Test 00:37

0.000Air Blank 00:37

# 1 0.093Subject Sample 00:38

4.015Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.093Subject Sample 00:41

3.519Breath Volume 00:41

0.000Air Blank 00:41

0.080Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 11/19/2025 10:48

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:0211/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:52

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

TORRES

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1 0.153Subject Sample 02:09

3.187Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:11

# 2 0.150Subject Sample 02:12

2.890Breath Volume 02:12

0.000Air Blank 02:13

0.078Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:14

Data Download Date/Time: 12/15/2025 21:00

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:0211/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:41

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

CIRCUCCI

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1 0.098Subject Sample 02:55

1.722Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.097Subject Sample 02:58

1.300Breath Volume 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 03:00

Data Download Date/Time: 12/15/2025 21:00

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:5911/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:56

Monroe County SO

ESPINOZA,OSCAR

10/03/2025

402558895

Monroe County SO

ESPINOZA,OSCAR,A

FLINCHUM

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:28

0.000Air Blank 19:28

0.078Control Test 19:29

0.000Air Blank 19:29

# 1 0.142Subject Sample 19:30

1.656Breath Volume 19:30

0.000Air Blank 19:31

0.000Air Blank 19:32

# 2 0.138Subject Sample 19:33

1.597Breath Volume 19:33

0.000Air Blank 19:34

0.077Control Test 19:34

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:4411/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:59

Monroe County SO

HERNANDEZ,MATTHEW

10/03/2025

402558895

Monroe County SO

HERNANDEZ,MATTHEW,J

HERPICH

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

# 1Subject Sample 01:44 Subject Test Refused

0.000Breath Volume 01:44

0.000Air Blank 01:44

0.079Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:3311/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

17:05

FHP Troop E

FRAIOLI,JAY

10/03/2025

402558895

FHP Troop E

POPE,NICHOLAS,A

SMITHERS

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.080Control Test 22:23

0.000Air Blank 22:23

# 1 0.000Subject Sample 22:26

1.898Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.000Subject Sample 22:30

2.183Breath Volume 22:30

0.000Air Blank 22:30

0.079Control Test 22:30

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:1011/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:28

Monroe County SO

PARKER,DAVID

10/03/2025

402558895

Monroe County SO

PARKER,DAVID,A

HERNANDEZ

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1 0.127Subject Sample 03:22 Volume Not Met

0.585Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:24

# 2 0.119Subject Sample 03:25

1.324Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 3 0.131Subject Sample 03:28

1.394Breath Volume 03:28

0.000Air Blank 03:29

0.078Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:5811/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:01

Monroe County SO

MCINTYRE,DELLVON

12/02/2027

403207508

Monroe County SO

MCINTYRE,DELLVON,B

RANTIN

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:45

# 1 0.000Subject Sample 00:46

2.992Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.000Subject Sample 00:49

3.410Breath Volume 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:4911/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:34

Monroe County SO

LEON GONZALEZ,KEVIN

12/02/2027

403207508

Monroe County SO

FEREIRA,SALISHA,M

R221637997000

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.078Control Test 04:24

0.000Air Blank 04:24

# 1 0.164Subject Sample 04:25

2.703Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 2 0.161Subject Sample 04:28

3.593Breath Volume 04:28

0.000Air Blank 04:28

0.078Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:08:0211/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:43

15:54

Monroe County SO

MARTINEZ,RICHARD

12/02/2027

403207508

FFWCC (West Palm)

RUFIN,CHRISTOPHER,A

CORONEL CHINCHAY

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:04

0.000Air Blank 17:04

0.078Control Test 17:04

0.000Air Blank 17:05

# 1Subject Sample 17:06 Subject Test Refused

0.000Breath Volume 17:06

0.000Air Blank 17:07

0.079Control Test 17:07

0.000Air Blank 17:07

OKDiagnostics Check 17:08

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5311/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:55

Monroe County SO

O'NEILL,CONNOR

12/02/2027

403207508

Monroe County SO

O'NEILL,CONNOR,M

DILLON

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1 0.285Subject Sample 02:52 Slope Not Level

1.640Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.289Subject Sample 02:56

1.187Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:58

# 3 0.305Subject Sample 03:01

1.367Breath Volume 03:01

0.000Air Blank 03:01

0.077Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:2411/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:26

Monroe County SO

O'NEILL,CONNOR

12/02/2027

403207508

Monroe County SO

O'NEILL,CONNOR,M

NEVES

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.079Control Test 22:10

0.000Air Blank 22:11

# 1 0.122Subject Sample 22:11

3.664Breath Volume 22:11

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.118Subject Sample 22:14

1.890Breath Volume 22:14

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3411/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:48

Monroe County SO

PARKER,DAVID

10/03/2025

402558895

Monroe County SO

PARKER,DAVID,A

GARCIA

10/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:34

# 1 0.104Subject Sample 03:34

2.156Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.108Subject Sample 03:38

1.449Breath Volume 03:38

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 11/17/2025 15:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:0411/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

18:56

Monroe County SO

O'NEILL,CONNOR

12/02/2027

403207508

Monroe County SO

O'NEILL,CONNOR,M

KRUM

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.079Control Test 19:33

0.000Air Blank 19:33

# 1 0.166Subject Sample 19:34

2.113Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.154Subject Sample 19:37

2.031Breath Volume 19:37

0.000Air Blank 19:38

0.078Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:39

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:0111/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

01:00

Monroe County SO

O'NEILL,CONNOR

12/02/2027

403207508

Monroe County SO

O'NEILL,CONNOR,M

CARAMANDO

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:40

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0111/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:33

Monroe County SO

MCINTYRE,DELLVON

12/02/2027

403207508

Monroe County SO

MCINTYRE,DELLVON,B

HERNANDEZ

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.079Control Test 02:25

0.000Air Blank 02:25

# 1 0.076Subject Sample 02:26

2.515Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.077Subject Sample 02:29

2.398Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:31

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:03:1111/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

17:13

Monroe County SO

VECINO-GONZALEZ,ERICK

12/02/2027

403207508

Monroe County SO

MORALES,VICTOR,M

BELLO GIGATO

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:00

0.000Air Blank 18:00

0.079Control Test 18:01

0.000Air Blank 18:01

# 1Subject Sample 18:01 Subject Test Refused

0.000Breath Volume 18:01

0.000Air Blank 18:02

0.079Control Test 18:02

0.000Air Blank 18:03

OKDiagnostics Check 18:03

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:1911/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:24

Monroe County SO

SIMPSON,JAMES

12/02/2027

403207508

Monroe County SO

HERNANDEZ,JOSE,C

NUNEZ OZORNIO

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:25

0.079Control Test 18:25

0.000Air Blank 18:26

# 1 0.319Subject Sample 18:27

2.339Breath Volume 18:27

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.326Subject Sample 18:30

2.386Breath Volume 18:30

0.000Air Blank 18:31

0.078Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:4311/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:35

Monroe County SO

ESPINOZA,OSCAR

10/03/2025

402558895

Monroe County SO

CORTES,CHRISTIAN,

MUHAMMAD

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:09

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:1611/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:37

Monroe County SO

LEON GONZALEZ,KEVIN

10/03/2025

402558895

Monroe County SO

HANNA,WARDELL,P

CAHALAN

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:27

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:5211/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:52

Monroe County SO

HERNANDEZ,MATTHEW

10/03/2025

402558895

Monroe County SO

HERNANDEZ,MATTHEW,J

WILSON BROOKS

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:43

# 1 0.210Subject Sample 21:44

3.546Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.207Subject Sample 21:47

2.320Breath Volume 21:47

0.000Air Blank 21:47

0.079Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:0811/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:33

Monroe County SO

O'NEILL,CONNOR

12/02/2027

403207508

Monroe County SO

O'NEILL,CONNOR,M

RAMIREZ

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.079Control Test 20:19

0.000Air Blank 20:20

# 1Subject Sample 20:20 Subject Test Refused

0.000Breath Volume 20:20

0.000Air Blank 20:21

0.079Control Test 20:21

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:2711/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

01:57

FHP Troop F

OGDON,QUINLAN

09/10/2027

403141809

FHP Troop F

OGDON,QUINLAN,M

SANTANA

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

# 1 0.159Subject Sample 03:18

2.652Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.153Subject Sample 03:21

2.675Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 11/10/2025 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4511/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:10

Manatee County SO

WEAVER,SEAN

09/10/2027

403141809

Manatee County SO

WEAVER,SEAN,P

SOMCHANHMAVONG

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

# 1 0.143Subject Sample 03:48

1.632Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.132Subject Sample 03:51

1.269Breath Volume 03:51

0.000Air Blank 03:52

0.075Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 11/10/2025 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:5111/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:09

FHP Troop F

OGDON,QUINLAN

09/10/2027

403141809

FHP Troop F

OGDON,QUINLAN,M

ULYSSE

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:10

# 1 0.153Subject Sample 00:11

2.601Breath Volume 00:11

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.152Subject Sample 00:14

2.347Breath Volume 00:14

0.000Air Blank 00:14

0.078Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 11/10/2025 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:5411/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

20:46

FHP Troop F

OGDON,QUINLAN

09/10/2027

403141809

FHP Troop F

OGDON,QUINLAN,M

HERNANDEZ-GONZALEZ

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:14

# 1 0.226Subject Sample 22:17 Volume Not Met

0.605Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.253Subject Sample 22:20

2.960Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 3 0.264Subject Sample 22:24

3.566Breath Volume 22:24

0.000Air Blank 22:24

0.077Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 11/10/2025 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:3011/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:30

Palmetto PD

JOHNS,JUSTIN

09/10/2027

403141809

Palmetto PD

JOHNS,JUSTIN,A

NIEVES JR

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.079Control Test 22:32

0.000Air Blank 22:33

# 1 0.292Subject Sample 22:33

2.250Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.289Subject Sample 22:36

2.390Breath Volume 22:36

0.000Air Blank 22:37

0.076Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 11/10/2025 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:0711/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:44

Palmetto PD

JOHNS,JUSTIN

09/10/2027

403141809

Palmetto PD

JOHNS,JUSTIN,A

MUNOZ

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.078Control Test 22:33

0.000Air Blank 22:34

# 1 0.141Subject Sample 22:34

1.957Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:36

# 2 0.157Subject Sample 22:37

2.957Breath Volume 22:37

0.000Air Blank 22:38

0.077Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 11/10/2025 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5111/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:04

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

PEREZ

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

# 1 0.270Subject Sample 03:32

2.609Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.275Subject Sample 03:35

2.574Breath Volume 03:35

0.000Air Blank 03:35

0.078Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 11/10/2025 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:3511/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:55

FHP Troop F

LEDFORD,TAYLOR

09/10/2027

403141809

FHP Troop F

LEDFORD,TAYLOR,M

ORTIZ CRUZ

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.079Control Test 01:03

0.000Air Blank 01:03

# 1 0.123Subject Sample 01:04

2.906Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.129Subject Sample 01:06

2.847Breath Volume 01:06

0.000Air Blank 01:07

0.078Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 11/10/2025 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:4511/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:09

Palmetto PD

URUCHIMA,ANGEL

09/10/2027

403141809

Palmetto PD

URUCHIMA,ANGEL,R

SANDOVAL RAMOS

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.078Control Test 05:27

0.000Air Blank 05:28

# 1 0.160Subject Sample 05:29

3.386Breath Volume 05:29

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.162Subject Sample 05:32

3.203Breath Volume 05:32

0.000Air Blank 05:32

0.079Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 11/10/2025 13:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:16:4111/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:40

07:54

Manatee County SO

SCHMITT,CHRISTOPHER

09/10/2027

403141809

Manatee County SO

SCHMITT,CHRISTOPHER,J

DE LA CRUZ

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:13

0.000Air Blank 09:14

0.078Control Test 09:14

0.000Air Blank 09:15

# 1Subject Sample 09:15 Subject Test Refused

0.000Breath Volume 09:15

0.000Air Blank 09:15

0.079Control Test 09:16

0.000Air Blank 09:16

OKDiagnostics Check 09:16

Data Download Date/Time: 11/10/2025 13:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:39:5011/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:10

09:29

Manatee County SO

NOVAK,CHRISTOPHER

09/10/2027

403141809

Manatee County SO

SANTANA,ELIER,

MANNING

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:34

0.000Air Blank 10:35

0.079Control Test 10:35

0.000Air Blank 10:35

# 1Subject Sample 10:37 Subject Test Refused

0.000Breath Volume 10:37

0.000Air Blank 10:38

0.079Control Test 10:38

Air Blank 10:39 Purge Fail

0.000Air Blank 10:39

Data Download Date/Time: 11/10/2025 13:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4211/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:33

Manatee County SO

BROWN,SARAH

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

PRESSEY

10/17/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.078Control Test 04:21

0.000Air Blank 04:21

# 1 0.130Subject Sample 04:22

1.371Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.143Subject Sample 04:25

1.808Breath Volume 04:25

0.000Air Blank 04:25

0.077Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 11/10/2025 13:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:4911/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:22

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

GONZALEZ LEN

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:30

0.082Control Test 06:31

0.000Air Blank 06:31

# 1 0.232Subject Sample 06:32

1.902Breath Volume 06:32

0.000Air Blank 06:32

0.000Air Blank 06:34

# 2 0.239Subject Sample 06:35

2.375Breath Volume 06:35

0.000Air Blank 06:35

0.081Control Test 06:36

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:0411/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:28

FHP Troop E

PEREZ MORALES,JAVIER

08/30/2027

403135737

FHP Troop E

PEREZ MORALES,JAVIER,D

ACOSTA

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.082Control Test 01:35

0.000Air Blank 01:35

# 1 0.072Subject Sample 01:36

2.550Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:38

# 2 0.070Subject Sample 01:39

2.214Breath Volume 01:39

0.000Air Blank 01:40

0.082Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:41

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:0011/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:35

FHP Troop E

PEREZ MORALES,JAVIER

08/30/2027

403135737

FHP Troop E

PEREZ MORALES,JAVIER,D

AGUILA

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.082Control Test 02:08

0.000Air Blank 02:08

# 1 0.195Subject Sample 02:09

1.253Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.186Subject Sample 02:13

1.468Breath Volume 02:13

0.000Air Blank 02:14

0.082Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:15

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:1711/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:52

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

MILTON

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:47

0.083Control Test 05:47

0.000Air Blank 05:48

# 1 0.166Subject Sample 05:48

2.390Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.156Subject Sample 05:51

2.152Breath Volume 05:51

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:4011/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:01

FHP Troop E

CHAMIZO,GUSTAVO

09/10/2027

403141809

FHP Troop E

CHAMIZO,GUSTAVO,S

MENDOZA DIAZ

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.083Control Test 01:06

0.000Air Blank 01:06

# 1 0.107Subject Sample 01:09 Volume Not Met

0.507Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.106Subject Sample 01:13

1.250Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 3 0.110Subject Sample 01:17

1.570Breath Volume 01:17

0.000Air Blank 01:17

0.080Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:2611/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:42

FHP Troop E

PEREZ MORALES,JAVIER

08/30/2027

403135737

FHP Troop E

PEREZ MORALES,JAVIER,D

ANDERSON

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.082Control Test 00:13

0.000Air Blank 00:14

# 1 0.200Subject Sample 00:15

2.226Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.194Subject Sample 00:18

2.550Breath Volume 00:18

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:43:3711/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

09/10/2027

403141809

FHP Troop E

SANCHEZ,CELESTE,E

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:42

Air Blank 06:42 Ambient Fail

0.000Air Blank 06:43

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:45:4111/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

09/10/2027

403141809

FHP Troop E

SANCHEZ,CELESTE,E

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:45

Air Blank 06:45 Improper Sample

Air Blank 06:45 Improper Sample

Data Download Date/Time: 11/25/2025 14:20

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:3511/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

09/10/2027

403141809

FHP Troop E

SANCHEZ,CELESTE,

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:49

Air Blank 06:49 Improper Sample

Air Blank 06:49 Improper Sample

Data Download Date/Time: 11/25/2025 14:20

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:45:2311/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:02

FHP Troop E

SANCHEZ,CELESTE

09/10/2027

403141809

FHP Troop E

SANCHEZ,CELESTE,E

BRITO TORRES

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:27

0.000Air Blank 07:28

0.080Control Test 07:28

0.000Air Blank 07:29

# 1 0.196Subject Sample 07:32

2.890Breath Volume 07:32

0.000Air Blank 07:33

0.000Air Blank 07:34

# 2 0.193Subject Sample 07:37 Volume Not Met

0.304Breath Volume 07:37

0.000Air Blank 07:38

0.000Air Blank 07:40

# 3 0.172Subject Sample 07:43 Volume Not Met

0.425Breath Volume 07:43

0.000Air Blank 07:44

0.076Control Test 07:44

0.000Air Blank 07:45

OKDiagnostics Check 07:45

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:5111/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:10

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

LALANE,LYNN,

ZEPHYR

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:23

0.000Air Blank 01:23

# 1 0.104Subject Sample 01:24

1.187Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.106Subject Sample 01:28

1.894Breath Volume 01:28

0.000Air Blank 01:28

0.078Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4711/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:18

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

LA TORRE

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:06

# 1 0.118Subject Sample 04:06

3.765Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.110Subject Sample 04:10

1.746Breath Volume 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:5611/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:21

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

LARA

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.082Control Test 05:11

0.000Air Blank 05:11

# 1 0.161Subject Sample 05:12

1.875Breath Volume 05:12

Air Blank 05:13 Ambient Fail

0.000Air Blank 05:13

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:5211/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:21

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

LARA

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:17

0.000Air Blank 05:17

# 1 0.169Subject Sample 05:18

2.187Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.163Subject Sample 05:21

1.484Breath Volume 05:21

0.000Air Blank 05:21

0.081Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:3711/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:20

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

PINEDA

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.082Control Test 22:14

0.000Air Blank 22:15

# 1 0.219Subject Sample 22:16

2.187Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.212Subject Sample 22:19

2.093Breath Volume 22:19

0.000Air Blank 22:19

0.079Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1811/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:39

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

DELGADO,GIANCARLO,

CASTILLOGARCIA

10/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.082Control Test 03:32

0.000Air Blank 03:32

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.082Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 11/25/2025 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0111/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:19

FHP Troop E

MULVEY,KEVIN

09/10/2027

403141809

FHP Troop E

MULVEY,KEVIN,

SOZA-ARVIZO

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

00:24 RFI Detect

Air Blank 00:25 RFI Detect

Data Download Date/Time: 12/30/2025 15:59

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:4711/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:44

05:18

FHP Troop E

MULVEY,KEVIN

09/10/2027

403141809

FHP Troop E

MULVEY,KEVIN,

CRUZ CACERES

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:08

0.000Air Blank 06:08

0.083Control Test 06:09

0.000Air Blank 06:09

# 1 0.229Subject Sample 06:10

2.687Breath Volume 06:10

0.000Air Blank 06:11

0.000Air Blank 06:12

# 2 0.209Subject Sample 06:13

1.675Breath Volume 06:13

0.000Air Blank 06:13

0.080Control Test 06:14

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:4711/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

23:09

FHP Troop F

LEDFORD,TAYLOR

11/04/2025

402590345

FHP Troop F

LEDFORD,TAYLOR,M

DICKERSON

10/17/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.078Control Test 23:28

0.000Air Blank 23:29

# 1 0.186Subject Sample 23:30

2.414Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.181Subject Sample 23:33

1.941Breath Volume 23:33

0.000Air Blank 23:33

0.080Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 11/10/2025 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:0111/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

18:20

FHP Troop A

MCDOWELL,MICHAEL

04/01/2028

403308953

FHP Troop A

MCDOWELL,MICHAEL,J

GILMAN

11/07/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:42

0.080Control Test 18:42

0.000Air Blank 18:43

# 1Subject Sample 18:43 Subject Test Refused

0.000Breath Volume 18:43

0.000Air Blank 18:44

0.079Control Test 18:44

0.000Air Blank 18:44

OKDiagnostics Check 18:45

Data Download Date/Time: 12/05/2025 21:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:36:0911/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

15:01

FHP Troop A

MCDOWELL,MICHAEL

04/01/2028

403308953

FHP Troop A

MCDOWELL,MICHAEL,J

TUGGLE

11/07/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:33

0.000Air Blank 15:33

0.083Control Test 15:33

0.000Air Blank 15:34

# 1Subject Sample 15:34 Subject Test Refused

0.000Breath Volume 15:34

0.000Air Blank 15:35

0.082Control Test 15:35

0.000Air Blank 15:36

OKDiagnostics Check 15:36

Data Download Date/Time: 12/05/2025 21:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4911/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:19

FHP Troop F

KOPE,MICHAEL

09/10/2027

402590345

FHP Troop F

KOPE,MICHAEL,D

FORDHAM

11/10/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

# 1 0.154Subject Sample 01:58

1.824Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.150Subject Sample 02:02

1.488Breath Volume 02:02

0.000Air Blank 02:02

0.078Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 12/22/2025 09:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3011/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

21:26

FHP Troop F

KOPE,MICHAEL

11/04/2025

402590345

FHP Troop F

KOPE,MICHAEL,D

JONES

11/10/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.081Control Test 21:39

0.000Air Blank 21:40

# 1 0.095Subject Sample 21:42

1.812Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.096Subject Sample 21:45

1.968Breath Volume 21:45

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 12/22/2025 09:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:3411/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:39

FHP Troop F

KOPE,MICHAEL

11/04/2025

402590345

FHP Troop F

KOPE,MICHAEL,D

SULLIVAN

11/10/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

# 1 0.284Subject Sample 00:15

1.164Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.291Subject Sample 00:19

1.746Breath Volume 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 12/22/2025 09:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:3411/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:59

Miami-Dade PD

OROL,MANUEL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

TAURONI

10/23/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.082Control Test 00:12

0.000Air Blank 00:12

# 1Subject Sample 00:13 Subject Test Refused

0.000Breath Volume 00:13

0.000Air Blank 00:13

0.081Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 11/13/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:4711/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:35

Miami-Dade PD

OROL,MANUEL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

BRAIDA

10/23/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:23

0.081Control Test 05:24

0.000Air Blank 05:24

# 1 0.141Subject Sample 05:25

2.160Breath Volume 05:25

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.133Subject Sample 05:28

1.425Breath Volume 05:28

0.000Air Blank 05:28

0.082Control Test 05:29

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 11/13/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:4511/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:16

Miami-Dade PD

OROL,MANUEL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

DIAZ VASQUEZ

10/23/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.082Control Test 05:18

0.000Air Blank 05:19

# 1Subject Sample 05:19 Subject Test Refused

0.000Breath Volume 05:19

0.000Air Blank 05:19

0.080Control Test 05:20

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 11/13/2025 03:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1911/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:55

Miami-Dade PD

OROL,MANUEL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

SIERRA

11/13/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.082Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 12/04/2025 01:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:3211/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:44

Miami-Dade PD

GONZALEZ,MICHAEL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

GONZALEZ

11/13/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.081Control Test 02:27

0.000Air Blank 02:27

# 1 0.234Subject Sample 02:28

1.339Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.228Subject Sample 02:31

1.414Breath Volume 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 12/04/2025 01:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:2911/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:29

Miami-Dade PD

GARCIA,ALEXIS

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

SANTIAGO

11/13/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:53

# 1Subject Sample 03:54 Subject Test Refused

0.000Breath Volume 03:54

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 12/04/2025 01:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:0811/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:20

Miami-Dade PD

OROL,MANUEL

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

LICEA

11/13/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 04:00

0.083Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 12/04/2025 01:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:3211/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

03:50

Miami-Dade PD

ALVAREZ,ERIC

11/05/2026

28424080A4

Miami-Dade PD

OROL,MANUEL,J

CHARLES

11/13/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.081Control Test 04:01

0.000Air Blank 04:01

# 1 0.213Subject Sample 04:01

1.300Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.218Subject Sample 04:04

1.484Breath Volume 04:04

0.000Air Blank 04:05

0.078Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 12/04/2025 01:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:2911/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:39

Broward County SO

PIERRE,RICHARDSON

06/27/2026

402783528

Margate PD

FRAZIER,ANAYA,S

JEAN

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.079Control Test 20:37

0.000Air Blank 20:38

# 1 0.279Subject Sample 20:38

2.839Breath Volume 20:38

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.278Subject Sample 20:41

2.476Breath Volume 20:41

0.000Air Blank 20:42

0.077Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 11/06/2025 00:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:2311/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:42

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

BROWN

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

# 1 0.050Subject Sample 01:59

1.929Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.051Subject Sample 02:02

1.917Breath Volume 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 11/06/2025 00:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0611/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:05

Broward County SO

DIAZ,CARLOS

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

MATEO

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.078Control Test 03:23

0.000Air Blank 03:23

# 1 0.137Subject Sample 03:25

1.441Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.140Subject Sample 03:28

1.652Breath Volume 03:28

0.000Air Blank 03:29

0.077Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 11/06/2025 00:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:2511/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:48

Broward County SO

CARTER,JAMES

06/27/2026

402783528

Fort Lauderdale PD

FRAZIER,ANAYA,S

JONES

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1 0.000Subject Sample 02:45 Volume Not Met

0.726Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.000Subject Sample 02:51 Volume Not Met

0.871Breath Volume 02:51

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 11/06/2025 00:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006926CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:4711/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:32

Tallahassee PD

CRUZ,JARRETT

12/05/2026

31124080A2

Tallahassee PD

CAMPBELL,EDWARD,

HINES

11/12/2025

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.082Control Test 22:53

0.000Air Blank 22:53

# 1 0.067Subject Sample 22:54

2.917Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.067Subject Sample 22:57

2.152Breath Volume 22:57

0.000Air Blank 22:57

0.081Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 12/17/2025 20:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006926CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0611/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

00:02

Tallahassee PD

CAMPBELL,EDWARD

12/05/2026

31124080A2

Tallahassee PD

CAMPBELL,EDWARD,

KING

11/12/2025

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.083Control Test 00:19

0.000Air Blank 00:20

# 1 0.207Subject Sample 00:20

1.179Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.196Subject Sample 00:23

1.703Breath Volume 00:23

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 12/17/2025 20:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006926CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4911/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:30

Tallahassee PD

CAMPBELL,EDWARD

12/05/2026

31124080A2

Tallahassee PD

CAMPBELL,EDWARD,

WESLEY

11/12/2025

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.081Control Test 02:46

0.000Air Blank 02:46

# 1 0.116Subject Sample 02:46

1.343Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.126Subject Sample 02:50

2.257Breath Volume 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 12/17/2025 20:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006926CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4711/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:38

Tallahassee PD

CAMPBELL,EDWARD

12/05/2026

31124080A2

Tallahassee PD

CAMPBELL,EDWARD,

GEORGE

11/12/2025

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.084Control Test 00:55

0.000Air Blank 00:55

# 1 0.107Subject Sample 00:56

1.750Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.103Subject Sample 01:00

1.468Breath Volume 01:00

0.000Air Blank 01:00

0.082Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 12/17/2025 20:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2811/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:44

Fort Lauderdale PD

STONER,NATHAN

11/01/2026

402886996

Fort Lauderdale PD

STONER,NATHAN,C

GUILLEN CRUZ

10/28/2025

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:06

0.000Air Blank 02:06

# 1 0.194Subject Sample 02:08

2.367Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.197Subject Sample 02:11

1.820Breath Volume 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 12/18/2025 14:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:1411/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:41

Fort Lauderdale PD

STONER,NATHAN

11/01/2026

402886996

Fort Lauderdale PD

STONER,NATHAN,

RAMOS ZELAYA

10/28/2025

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:04

# 1 0.233Subject Sample 05:04

1.750Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.236Subject Sample 05:07

1.621Breath Volume 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 12/18/2025 14:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:1111/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:47

Fort Lauderdale PD

STONER,NATHAN

11/01/2026

402886996

Fort Lauderdale PD

STONER,NATHAN,C

HERNANDEZ

10/28/2025

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.079Control Test 21:21

0.000Air Blank 21:21

# 1 0.123Subject Sample 21:22

1.304Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.122Subject Sample 21:25

1.804Breath Volume 21:25

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 12/18/2025 14:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:3011/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:30

Fort Lauderdale PD

STONER,NATHAN

11/01/2026

402886996

Fort Lauderdale PD

STONER,NATHAN,C

VOGLE

10/28/2025

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.077Control Test 02:02

0.000Air Blank 02:03

# 1 0.192Subject Sample 02:03

2.250Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.189Subject Sample 02:06

2.199Breath Volume 02:06

0.000Air Blank 02:07

0.077Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 12/18/2025 14:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:2111/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:44

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

POPICK,SCOTT,L

JASSO LOPEZ

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1 0.096Subject Sample 21:56

1.457Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.093Subject Sample 21:59

1.250Breath Volume 21:59

0.000Air Blank 22:00

0.080Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 12/03/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007107CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:4811/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:35

Broward County SO

WOOLLEY,KYLE

06/27/2026

402783528

Margate PD

FRAZIER,ANAYA,S

PEREZ

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 01:59

# 1 0.014Subject Sample 02:00

2.894Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.013Subject Sample 02:03

3.019Breath Volume 02:03

0.000Air Blank 02:03

0.079Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 11/22/2025 03:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:2711/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:17

05:39

Pensacola PD

BOZELL,RILEY

05/09/2028

250133

Pensacola PD

COTNER,STEVEN,A

PENROD

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:37

0.000Air Blank 06:38

0.083Control Test 06:38

0.000Air Blank 06:39

# 1 0.158Subject Sample 06:39

1.417Breath Volume 06:39

0.000Air Blank 06:40

0.000Air Blank 06:42

# 2 0.157Subject Sample 06:42

1.382Breath Volume 06:42

0.000Air Blank 06:43

0.081Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:3611/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:08

Pensacola PD

PRITZKAU,AARON

05/09/2028

250133

Pensacola PD

PRITZKAU,AARON,J

PAYNE

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.083Control Test 22:50

0.000Air Blank 22:51

# 1 0.230Subject Sample 22:53

1.609Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.235Subject Sample 22:56

1.761Breath Volume 22:56

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:0611/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:47

Pensacola PD

COTTON,PIERCE

05/09/2028

250133

Pensacola PD

COTTON,PIERCE,A

CASHER

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.082Control Test 00:34

0.000Air Blank 00:34

# 1 0.000Subject Sample 00:35

2.269Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.000Subject Sample 00:38

2.738Breath Volume 00:38

0.000Air Blank 00:39

0.082Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:23:2411/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:57

14:45

Pensacola PD

COLLINS,CHASE

05/09/2028

250133

Pensacola PD

COLLINS,CHASE,M

MOORE

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:17

0.000Air Blank 15:17

0.084Control Test 15:18

0.000Air Blank 15:18

# 1 0.047Subject Sample 15:19

1.621Breath Volume 15:19

0.000Air Blank 15:19

0.000Air Blank 15:21

# 2 0.046Subject Sample 15:21

1.785Breath Volume 15:21

0.000Air Blank 15:22

0.082Control Test 15:22

0.000Air Blank 15:23

OKDiagnostics Check 15:23

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4211/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:52

Pensacola PD

WRIGHT,DUSTIN

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

ACOSTA MEJIA

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.083Control Test 01:39

0.000Air Blank 01:39

# 1 0.140Subject Sample 01:42 Volume Not Met

0.468Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.186Subject Sample 01:47

1.222Breath Volume 01:47

Air Blank 01:48 Purge Fail

0.000Air Blank 01:48

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4911/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:52

Pensacola PD

WRIGHT,DUSTIN

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

ACOSTA MEJIA

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.077Control Test 01:57

0.000Air Blank 01:57

# 1 0.178Subject Sample 01:59

1.398Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:01

# 2 0.158Subject Sample 02:02

1.343Breath Volume 02:02

0.000Air Blank 02:02

0.076Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:2311/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:17

Pensacola PD

LEDBETTER,CALEB

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

MURPHY

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.082Control Test 02:53

0.000Air Blank 02:54

# 1Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:5111/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:17

Pensacola PD

LEDBETTER,CALEB

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

MURPHY

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.083Control Test 03:07

0.000Air Blank 03:08

# 1 0.154Subject Sample 03:08

1.511Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.144Subject Sample 03:12

1.945Breath Volume 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:5711/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:57

Pensacola PD

COLLINS,CHASE

05/09/2028

250133

Pensacola PD

COLLINS,CHASE,M

BEDOYA

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:48

0.000Air Blank 17:49

0.082Control Test 17:49

0.000Air Blank 17:49

# 1Subject Sample 17:52 No Sample Provided

0.000Breath Volume 17:52

0.000Air Blank 17:53

0.000Air Blank 17:55

# 2Subject Sample 17:58 No Sample Provided

0.000Breath Volume 17:58

0.000Air Blank 17:59

0.083Control Test 17:59

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:5711/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:45

Pensacola PD

COTTON,PIERCE

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

BALL

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.083Control Test 04:39

0.000Air Blank 04:40

# 1 0.142Subject Sample 04:40

4.222Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.127Subject Sample 04:44

1.492Breath Volume 04:44

0.000Air Blank 04:45

0.083Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3211/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:11

Pensacola PD

WILSON,WILLIAM

05/09/2028

250133

Pensacola PD

COTTON,PIERCE,A

TIBBS

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.083Control Test 02:49

0.000Air Blank 02:49

# 1 0.118Subject Sample 02:50

1.765Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.110Subject Sample 02:53

1.261Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:42:0411/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:23

Pensacola PD

LEDBETTER,CALEB

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

GARRETT

10/16/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:35

0.084Control Test 18:35

0.000Air Blank 18:36

# 1 0.126Subject Sample 18:36

1.957Breath Volume 18:36

0.000Air Blank 18:37

0.000Air Blank 18:39

# 2 0.130Subject Sample 18:40

2.375Breath Volume 18:40

0.000Air Blank 18:41

0.082Control Test 18:41

0.000Air Blank 18:41

OKDiagnostics Check 18:42

Data Download Date/Time: 11/12/2025 09:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:3711/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

21:14

Pensacola PD

BAGLEY,A

05/09/2028

250133

Pensacola PD

MAYFIELD,MATTHEW,M

DAVIDSON

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.082Control Test 21:53

0.000Air Blank 21:53

# 1Subject Sample 21:56 No Sample Provided

0.000Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.190Subject Sample 21:59

2.269Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:02

# 3 0.186Subject Sample 22:02

2.167Breath Volume 22:02

0.000Air Blank 22:03

0.079Control Test 22:04

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4811/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:50

Pensacola PD

BAGLEY,ANDREW

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

SCHWENCKE

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.083Control Test 00:35

0.000Air Blank 00:35

# 1 0.157Subject Sample 00:36

3.683Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:38

# 2 0.156Subject Sample 00:40

1.332Breath Volume 00:40

0.000Air Blank 00:40

0.083Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:2011/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:06

Pensacola PD

KELLEY,RASHELL

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

SCOTT

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.083Control Test 03:49

0.000Air Blank 03:49

# 1 0.127Subject Sample 03:50

1.742Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:52

# 2 0.124Subject Sample 03:53

1.261Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:23:1511/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:55

06:55

Pensacola PD

BROOKS,DAVID

05/09/2028

250133

Pensacola PD

KLADITIS,SAMUEL,S

COLLIER

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:17

0.000Air Blank 07:18

0.083Control Test 07:18

0.000Air Blank 07:18

# 1 0.128Subject Sample 07:22 Volume Not Met

0.000Breath Volume 07:22

Air Blank 07:22 Purge Fail

0.000Air Blank 07:23

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:32:2511/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:55

06:55

Pensacola PD

BROOKS,DAVID

05/09/2028

250133

Pensacola PD

KLADITIS,SAMUEL,S

COLLIER

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:25

0.000Air Blank 07:25

0.078Control Test 07:26

0.000Air Blank 07:26

# 1 0.122Subject Sample 07:27

2.324Breath Volume 07:27

0.000Air Blank 07:28

0.000Air Blank 07:30

# 2 0.128Subject Sample 07:30

2.753Breath Volume 07:30

0.000Air Blank 07:31

0.078Control Test 07:31

0.000Air Blank 07:32

OKDiagnostics Check 07:32

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:1611/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:35

Pensacola PD

DUFOUR,NOAH

05/09/2028

250133

Pensacola PD

DUFOUR,NOAH,I

BYRD

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.082Control Test 02:02

0.000Air Blank 02:03

# 1 0.187Subject Sample 02:04

1.617Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.177Subject Sample 02:07

1.421Breath Volume 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3911/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

11:38

Pensacola PD

WRIGHT,DUSTIN

05/09/2028

250133

Pensacola PD

VALENTINE,ROBIN,F

SPAGNUOLO

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.083Control Test 00:35

0.000Air Blank 00:36

# 1 0.175Subject Sample 00:36

2.105Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.182Subject Sample 00:39

1.996Breath Volume 00:39

0.000Air Blank 00:40

0.081Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:4311/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:46

Pensacola PD

COTTON,PIERCE

05/09/2028

250133

Pensacola PD

COTTON,PIERCE,A

HELMS

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.083Control Test 23:02

0.000Air Blank 23:03

# 1Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:03

0.082Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:3011/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:01

Pensacola PD

FLYNN,REBECCA

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

CALBO

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.083Control Test 01:54

0.000Air Blank 01:55

# 1 0.233Subject Sample 01:56

2.410Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.215Subject Sample 01:59

1.894Breath Volume 01:59

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:1511/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:18

Pensacola PD

LEDBETTER,CALEB

05/09/2028

250133

Pensacola PD

KELLEY,RASHELL,E

SMITH

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.083Control Test 22:16

0.000Air Blank 22:17

# 1Subject Sample 22:19 Subject Test Refused

0.000Breath Volume 22:19

0.000Air Blank 22:20

0.082Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:5711/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:52

Pensacola PD

BAGLEY,ANDREW

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

FAIRLEY

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.083Control Test 01:02

0.000Air Blank 01:02

# 1 0.145Subject Sample 01:03

1.566Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:05

# 2 0.146Subject Sample 01:06

2.355Breath Volume 01:06

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:2711/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:05

Pensacola PD

WILSON,WILLIAM

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

ROBINSON

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.082Control Test 01:50

0.000Air Blank 01:50

# 1Subject Sample 01:51 Sequence Aborted

0.000Breath Volume 01:51

0.000Air Blank 01:52

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3511/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

00:05

Pensacola PD

WILSON,WILLIAM

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

ROBINSON

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.083Control Test 02:40

0.000Air Blank 02:40

# 1 0.103Subject Sample 02:42

1.445Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 2 0.111Subject Sample 02:45

1.511Breath Volume 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0511/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:12

Pensacola PD

BAGLEY,ANDREW

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

FLOYD

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.083Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:34 No Sample Provided

0.000Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.123Subject Sample 01:40 Volume Not Met

0.183Breath Volume 01:40

0.000Air Blank 01:41

0.083Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:42

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:1811/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:12

Pensacola PD

BAGLEY,ANDREW

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

FLOYD

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1 0.124Subject Sample 01:46

1.304Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.132Subject Sample 01:50

1.125Breath Volume 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:4411/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:24

Pensacola PD

PEREZ,ANGEL

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

DAVIS

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.083Control Test 01:09

0.000Air Blank 01:09

# 1 0.167Subject Sample 01:10

1.582Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:12

# 2 0.163Subject Sample 01:14

2.000Breath Volume 01:14

0.000Air Blank 01:15

0.081Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:2511/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:13

Pensacola PD

BROWN,BRENDAN

05/09/2028

250133

Pensacola PD

PETERSEN,CODY,J

MCCARY

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.082Control Test 03:12

0.000Air Blank 03:13

# 1Subject Sample 03:16 No Sample Provided

0.000Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2Subject Sample 03:22 No Sample Provided

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.083Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3411/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:58

Pensacola PD

WIINANEN,JOSIAH

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

CONARD

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.083Control Test 02:35

0.000Air Blank 02:36

# 1 0.130Subject Sample 02:36

1.476Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.138Subject Sample 02:39

1.226Breath Volume 02:39

0.000Air Blank 02:40

0.082Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:3811/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:37

Pensacola PD

DUFOUR,NOAH

05/09/2028

250133

Pensacola PD

DUFOUR,NOAH,I

DUKE

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.083Control Test 04:59

0.000Air Blank 05:00

# 1 0.100Subject Sample 05:02

1.308Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:04

# 2 0.085Subject Sample 05:07 Volume Not Met

0.035Breath Volume 05:07

0.000Air Blank 05:09

0.000Air Blank 05:10

# 3 0.096Subject Sample 05:10

2.464Breath Volume 05:10

0.000Air Blank 05:11

0.076Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1911/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:11

Hardee County SO

TAYLOR,OCTAVIOUS

05/13/2028

403345775

Hardee County SO

MONEY,MARY,L

CASTILLO DIEGO

10/06/2025

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

# 1Subject Sample 00:55 Subject Test Refused

0.000Breath Volume 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 12/01/2025 03:42

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:2411/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:20

Hardee County SO

GUINN,JALYNN

05/13/2028

403345775

Hardee County SO

DELHOMME,MAXON,N

TRINIDAD

10/06/2025

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.081Control Test 04:07

0.000Air Blank 04:07

# 1Subject Sample 04:09 Subject Test Refused

0.000Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 12/01/2025 03:42

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:2311/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:51

Hardee County SO

SKINNER,OWEN

05/13/2028

403345775

Hardee County SO

DELHOMME,MAXON,N

RAMOS

10/06/2025

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.081Control Test 22:44

0.000Air Blank 22:45

# 1 0.139Subject Sample 22:47

1.226Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.154Subject Sample 22:50

1.593Breath Volume 22:50

0.000Air Blank 22:51

0.075Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 12/01/2025 03:42

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5811/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

11:33

Hardee County SO

GUINN,JALYNN

05/13/2028

403345775

Hardee County SO

MONEY,MARY,L

GONZALES

10/06/2025

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

# 1 0.205Subject Sample 00:56

3.187Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:58

# 2 0.199Subject Sample 00:59

3.027Breath Volume 00:59

0.000Air Blank 01:00

0.076Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 12/01/2025 03:42

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:0411/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:47

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

RIVERA AYALA

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.163Subject Sample 02:27

1.792Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:29

# 2 0.164Subject Sample 02:30

1.425Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:32

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:5711/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:38

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

JOHNSON

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:17

# 1 0.150Subject Sample 04:18

2.316Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.153Subject Sample 04:21

2.242Breath Volume 04:21

0.000Air Blank 04:21

0.079Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:2211/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:45

Hillsborough Co SO

PETERS,M

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

SMITH

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

# 1 0.144Subject Sample 04:38

1.617Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:40

# 2 0.140Subject Sample 04:41

1.363Breath Volume 04:41

0.000Air Blank 04:42

0.078Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:18:3711/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:51

08:31

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

DAVIS,SERENA,J

CITTADINO

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:11

0.000Air Blank 09:12

0.080Control Test 09:12

0.000Air Blank 09:13

# 1 0.115Subject Sample 09:13

1.425Breath Volume 09:13

0.000Air Blank 09:14

0.000Air Blank 09:16

# 2 0.115Subject Sample 09:16

1.781Breath Volume 09:16

0.000Air Blank 09:17

0.080Control Test 09:17

0.000Air Blank 09:18

OKDiagnostics Check 09:18

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:1511/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:22

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

MARTINEZ LORENZO

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.080Control Test 21:10

0.000Air Blank 21:10

# 1Subject Sample 21:13 No Sample Provided

0.000Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.152Subject Sample 21:17

1.941Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 3 0.146Subject Sample 21:21

1.699Breath Volume 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2611/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:56

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

PIZARRO

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

# 1 0.173Subject Sample 01:50

1.406Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.168Subject Sample 01:53

1.769Breath Volume 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:4211/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

02:00

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

MICHEL

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.080Control Test 01:52

0.000Air Blank 01:52

# 1 0.047Subject Sample 01:53

1.238Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.047Subject Sample 01:56

1.804Breath Volume 01:56

0.000Air Blank 01:56

0.080Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:1711/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:07

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

ARTHUR

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:00

# 1 0.155Subject Sample 04:01

2.035Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.146Subject Sample 04:04

2.011Breath Volume 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0911/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:15

Hillsborough Co SO

SUAREZ,O

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

FERNANDEZ MENDEZ

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:04

# 1 0.115Subject Sample 00:05

1.367Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.109Subject Sample 00:08

1.562Breath Volume 00:08

0.000Air Blank 00:09

0.077Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:14:3611/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:48

13:46

Hillsborough Co SO

HAIRSTON,B

03/05/2027

04125080A6

FHP Troop C

DAVIS,SERENA,J

ALVAREZ

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:08

0.000Air Blank 15:09

0.080Control Test 15:09

0.000Air Blank 15:09

# 1 0.000Subject Sample 15:10

2.929Breath Volume 15:10

0.000Air Blank 15:10

0.000Air Blank 15:12

# 2 0.000Subject Sample 15:13

1.882Breath Volume 15:13

0.000Air Blank 15:13

0.080Control Test 15:13

0.000Air Blank 15:14

OKDiagnostics Check 15:14

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:2611/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:11

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

PEREZ MEMBRENO

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:08

# 1 0.212Subject Sample 00:08

1.785Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.205Subject Sample 00:11

1.226Breath Volume 00:11

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:0211/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:47

17:03

Hillsborough Co SO

ROSPIERSKI,A

03/05/2027

04125080A6

Hillsborough Co SO

IRRIZARY,KATTIE,D

COULTER

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:07

0.000Air Blank 18:07

0.080Control Test 18:08

0.000Air Blank 18:08

# 1 0.087Subject Sample 18:09

2.152Breath Volume 18:09

0.000Air Blank 18:10

0.000Air Blank 18:11

# 2 0.084Subject Sample 18:12

1.984Breath Volume 18:12

0.000Air Blank 18:13

0.079Control Test 18:13

0.000Air Blank 18:13

OKDiagnostics Check 18:14

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5611/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:22

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

BARR

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:26

# 1 0.112Subject Sample 04:27

1.246Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 2 0.108Subject Sample 04:30

1.867Breath Volume 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 11/06/2025 12:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5111/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:03

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

DIAZ MOYA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

# 1 0.133Subject Sample 04:28

1.886Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.133Subject Sample 04:32

3.441Breath Volume 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 12/16/2025 12:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3111/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:59

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

SANCHEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

# 1 0.189Subject Sample 01:30

1.808Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.189Subject Sample 01:33

1.476Breath Volume 01:33

0.000Air Blank 01:34

0.076Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 12/16/2025 12:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:4711/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:27

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

BONIFACIO TEJEDA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:52

# 1 0.192Subject Sample 22:53

2.375Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.178Subject Sample 22:57

1.101Breath Volume 22:57

0.000Air Blank 22:57

0.077Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 12/16/2025 12:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:3911/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:19

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

LEWIS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

# 1 0.091Subject Sample 04:50

2.910Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.094Subject Sample 04:53

1.859Breath Volume 04:53

0.000Air Blank 04:54

0.078Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 12/16/2025 12:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:4111/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:36

Key West PD

HOLMES,RUSSELL

09/08/2026

402843437

Key West PD

YOUNG,JAMES,J

CABRERA

10/18/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.079Control Test 04:19

0.000Air Blank 04:19

# 1 0.150Subject Sample 04:20

3.183Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.145Subject Sample 04:23

2.589Breath Volume 04:23

0.000Air Blank 04:23

0.078Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 11/01/2025 13:46

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:1011/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

05:05

FHP Troop B

RODRIGUEZ,MARIO

08/30/2027

403135737

FHP Troop B

RODRIGUEZ,MARIO,

CLAY

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.079Control Test 05:47

0.000Air Blank 05:47

# 1 0.117Subject Sample 05:50

2.078Breath Volume 05:50

0.000Air Blank 05:51

0.000Air Blank 05:52

# 2 0.107Subject Sample 05:53

2.285Breath Volume 05:53

0.000Air Blank 05:54

0.075Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1711/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:09

Ocala PD

HERNANDEZ,IVAN

08/30/2027

403135737

Ocala PD

HERNANDEZ,IVAN,A

HOOPER

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

# 1 0.175Subject Sample 02:38

1.218Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 2 0.154Subject Sample 02:41

2.062Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 3 0.155Subject Sample 02:44

1.484Breath Volume 02:44

0.000Air Blank 02:45

0.075Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:4511/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:06

Marion County SO

BAILEY,RONALD

08/30/2027

403135737

Marion County SO

BAILEY,RONALD,J

ROBERTS

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.078Control Test 02:46

0.000Air Blank 02:47

# 1 0.254Subject Sample 02:47

1.257Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.246Subject Sample 02:50

1.433Breath Volume 02:50

0.000Air Blank 02:51

0.075Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4711/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:43

Ocala PD

NORMAN,AIDEN

08/30/2027

403135737

Ocala PD

NORMAN,AIDEN,C

VIERA ORTIZ

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.076Control Test 03:14

0.000Air Blank 03:14

# 1 0.214Subject Sample 03:16

3.656Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:18

# 2 0.197Subject Sample 03:19

2.082Breath Volume 03:19

0.000Air Blank 03:20

0.073Control Test 03:21 Control Outside Tolerance

0.000Air Blank 03:21

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3911/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:43

Ocala PD

NORMAN,AIDEN

08/30/2027

403135737

Ocala PD

NORMAN,AIDEN,C

VIERA ORTIZ

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.074Control Test 03:31 Control Outside Tolerance

0.000Air Blank 03:32

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:4611/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

00:00

Marion County SO

MCELDOWNEY,STEPHEN

08/30/2027

403135737

Marion County SO

MCELDOWNEY,STEPHEN,B

THORNHILL

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

# 1 0.147Subject Sample 00:46

1.679Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:48

# 2 0.149Subject Sample 00:49

1.492Breath Volume 00:49

0.000Air Blank 00:50

0.077Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:4111/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:14

Marion County SO

CANTRELL,SEAN

08/30/2027

403135737

Marion County SO

CANTRELL,SEAN,T

HEGARTY

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

# 1 0.151Subject Sample 02:53

1.156Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:55

# 2 0.145Subject Sample 02:56

1.359Breath Volume 02:56

0.000Air Blank 02:57

0.076Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:4211/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

18:50

Ocala PD

LUCENILLA,MIGUEL

08/30/2027

403135737

Ocala PD

NAVARRO,BRYAN,

COLLAMORE

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.079Control Test 19:29

0.000Air Blank 19:30

# 1 0.157Subject Sample 19:31

2.234Breath Volume 19:31

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.163Subject Sample 19:33

2.355Breath Volume 19:33

0.000Air Blank 19:34

0.076Control Test 19:35

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:5311/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:05

Ocala PD

MADARA,MATTHEW

08/30/2027

403135737

Ocala PD

MADARA,MATTHEW,G

BROWN

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.080Control Test 21:16

0.000Air Blank 21:16

# 1 0.000Subject Sample 21:17

1.273Breath Volume 21:17

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.000Subject Sample 21:20

1.507Breath Volume 21:20

0.000Air Blank 21:20

0.077Control Test 21:21

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:1411/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:21

Ocala PD

LOCKE,BRIANNA

08/30/2027

403135737

Ocala PD

LOCKE,BRIANNA,R

ARITA SANTOS

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.078Control Test 00:02

0.000Air Blank 00:02

# 1 0.132Subject Sample 00:03

2.140Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.135Subject Sample 00:06

1.675Breath Volume 00:06

0.000Air Blank 00:07

0.072Control Test 00:07 Control Outside Tolerance

0.000Air Blank 00:08

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1711/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:56

Ocala PD

CUPPY,CALEB

08/30/2027

403135737

Ocala PD

CUPPY,CALEB,J

AUTRY

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.079Control Test 01:29

0.000Air Blank 01:29

# 1 0.000Subject Sample 01:30

2.085Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:32

2.281Breath Volume 01:32

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4111/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:09

FHP Troop B

WILDEMAN-STUART,JORDAN

08/30/2027

403135737

FHP Troop B

WILDEMAN-STUART,JORDAN,R

MARTINES

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.078Control Test 02:04

0.000Air Blank 02:05

# 1 0.195Subject Sample 02:05

3.066Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.204Subject Sample 02:08

2.773Breath Volume 02:08

0.000Air Blank 02:09

0.078Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:4911/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

18:37

Marion County SO

YOUNG,ROBERT

08/30/2027

403135737

Marion County SO

YOUNG,ROBERT,A

GIBBS

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.079Control Test 19:54

0.000Air Blank 19:54

# 1 0.188Subject Sample 19:56

1.171Breath Volume 19:56

0.000Air Blank 19:56

0.000Air Blank 19:58

# 2 0.176Subject Sample 19:59

1.476Breath Volume 19:59

0.000Air Blank 19:59

0.076Control Test 20:00

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 12/19/2025 23:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007252CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4611/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:51

Clermont PD

LOWE,M

10/05/2026

25024080A3

Clermont PD

MACAVOY,J,

RESHUAN

11/25/2025

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.081Control Test 01:33

0.000Air Blank 01:33

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 12/22/2025 09:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:5911/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:52

St. Augustine PD

MILLER,CHRIS

08/09/2026

402816921

St. Augustine PD

MILLER,CHRIS,

FREIER

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:31

# 1 0.197Subject Sample 02:32

1.285Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:34

# 2 0.193Subject Sample 02:35

1.222Breath Volume 02:35

0.000Air Blank 02:36

0.081Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:4811/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:46

St. John's County SO

BROWN,DAVID

08/09/2026

402816921

St. John's County SO

HARTZ,BRANDON,M

TESCHNER

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.081Control Test 00:45

0.000Air Blank 00:46

# 1Subject Sample 00:46 Subject Test Refused

0.000Breath Volume 00:46

0.000Air Blank 00:46

0.081Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:07:3211/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

06:01

St. John's County SO

MACK,TRISTAN

08/09/2026

402816921

St. John's County SO

AUCH,DOMANIK,G

NGUYEN

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:01

0.000Air Blank 07:01

0.081Control Test 07:01

0.000Air Blank 07:02

# 1 0.128Subject Sample 07:02

2.609Breath Volume 07:02

0.000Air Blank 07:03

0.000Air Blank 07:05

# 2 0.126Subject Sample 07:05

2.746Breath Volume 07:05

0.000Air Blank 07:06

0.081Control Test 07:06

0.000Air Blank 07:07

OKDiagnostics Check 07:07

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:1311/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:29

15:29

St. John's County SO

STACK,LIAM

08/09/2026

402816921

St. John's County SO

MYERS,BENJAMIN,P

SCROGGINS

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:06

0.000Air Blank 17:06

0.081Control Test 17:07

0.000Air Blank 17:07

# 1 0.207Subject Sample 17:10 Volume Not Met

0.117Breath Volume 17:10

0.000Air Blank 17:11

0.000Air Blank 17:13

# 2 0.207Subject Sample 17:15

1.328Breath Volume 17:15

Air Blank 17:16 Purge Fail

0.000Air Blank 17:17

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:25:3311/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:29

15:29

St. John's County SO

STACK,LIAM

08/09/2026

402816921

St. John's County SO

MYERS,BENJAMIN,P

SCROGGINS

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:18

0.000Air Blank 17:18

0.078Control Test 17:19

0.000Air Blank 17:19

# 1 0.218Subject Sample 17:20

1.109Breath Volume 17:20

0.000Air Blank 17:20

0.000Air Blank 17:22

# 2 0.199Subject Sample 17:23

1.207Breath Volume 17:23

0.000Air Blank 17:24

0.079Control Test 17:24

0.000Air Blank 17:25

OKDiagnostics Check 17:25

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:1711/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:29

St. Augustine PD

RUCCI,MATTHEW

08/09/2026

402816921

St. Augustine PD

MCCULLOUGH,JAMES,T

BARTON

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.081Control Test 00:21

0.000Air Blank 00:22

# 1 0.254Subject Sample 00:22

2.085Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.245Subject Sample 00:25

2.597Breath Volume 00:25

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1611/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:41

St. John's County SO

MCCANDLESS,MATTHEW

08/09/2026

402816921

St. John's County SO

MCCANDLESS,MATTHEW,B

KING

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:01

# 1 0.135Subject Sample 02:02

1.972Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.147Subject Sample 02:05

3.074Breath Volume 02:05

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4411/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

02:20

St. Augustine PD

PIERCE,MYREON

08/09/2026

402816921

St. Augustine PD

BRONSON,TAYLOR,K

BUCKMASTER

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

# 1 0.139Subject Sample 02:40 Volume Not Met

0.164Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:42

# 2 0.144Subject Sample 02:46 Volume Not Met

0.070Breath Volume 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2711/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

02:20

St. Augustine PD

PIERCE,MYREON

08/09/2026

402816921

St. Augustine PD

BRONSON,TAYLOR,K

BUCKMASTER

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

# 1Subject Sample 02:54 Subject Test Refused

0.125Breath Volume 02:54

0.000Air Blank 02:55

0.082Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:0311/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:51

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

CARMAN

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.065Subject Sample 03:22

3.863Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.062Subject Sample 03:25

3.632Breath Volume 03:25

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:27

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:29:5911/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:03

18:03

St. Augustine PD

PIERCE,MYREON

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

DUNN

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:23

0.000Air Blank 18:24

0.082Control Test 18:24

0.000Air Blank 18:25

# 1 0.027Subject Sample 18:25

2.656Breath Volume 18:25

0.000Air Blank 18:26

0.000Air Blank 18:27

# 2 0.027Subject Sample 18:28

3.078Breath Volume 18:28

0.000Air Blank 18:29

0.082Control Test 18:29

0.000Air Blank 18:29

OKDiagnostics Check 18:29

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:2211/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:13

17:33

St. John's County SO

MARTINEZ,CHEYLA

08/09/2026

402816921

St. John's County SO

HAYWARD,KYLE,M

CARROLL

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.081Control Test 18:34

0.000Air Blank 18:35

# 1 0.113Subject Sample 18:35

2.765Breath Volume 18:35

0.000Air Blank 18:36

0.000Air Blank 18:38

# 2 0.109Subject Sample 18:38

2.425Breath Volume 18:38

0.000Air Blank 18:39

0.081Control Test 18:39

0.000Air Blank 18:40

OKDiagnostics Check 18:40

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:4111/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:03

St. John's County SO

GOSLIN,TYLER

02/13/2028

403268835

St. John's County SO

HAYWARD,KYLE,M

ELLIOTT

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.082Control Test 03:49

0.000Air Blank 03:50

# 1 0.179Subject Sample 03:51

2.476Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:53

# 2 0.166Subject Sample 03:54

2.191Breath Volume 03:54

0.000Air Blank 03:54

0.079Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:3011/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:53

St. John's County SO

SLOCUM,TERRENCE

08/09/2026

402816921

St. John's County SO

HAYWARD,KYLE,M

KROTZER

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.082Control Test 22:58

0.000Air Blank 22:59

# 1 0.148Subject Sample 23:02

1.343Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.176Subject Sample 23:05

1.496Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 3 0.173Subject Sample 23:08

1.281Breath Volume 23:08

0.000Air Blank 23:09

0.081Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:5111/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:46

St. Augustine PD

PIERCE,MYREON

08/09/2026

402816921

St. Augustine PD

BRONSON,TAYLOR,K

RUSSELL

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.081Control Test 23:19

0.000Air Blank 23:19

# 1 0.026Subject Sample 23:20

2.953Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.026Subject Sample 23:23

2.203Breath Volume 23:23

0.000Air Blank 23:23

0.081Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:4511/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:14

St. John's County SO

BOESDORFER,CURTIS

08/09/2026

402816921

St. John's County SO

HAYWARD,KYLE,M

PRODROMIDES

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:12

# 1 0.132Subject Sample 01:12

1.664Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 2 0.125Subject Sample 01:15

1.691Breath Volume 01:15

0.000Air Blank 01:15

0.081Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0411/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:46

St. Augustine PD

CANNING,SEAN

08/09/2026

402816921

St. Augustine PD

CANNING,SEAN,D

EHRMAN

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.083Control Test 01:21

0.000Air Blank 01:22

# 1 0.246Subject Sample 01:23

2.800Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:25

# 2 0.255Subject Sample 01:26

2.230Breath Volume 01:26

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:0511/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:12

St. John's County SO

CARROLL,JERRY

08/09/2026

402816921

St. John's County SO

CARROLL,JERRY,F

HAMANN

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:47

0.000Air Blank 19:48

0.083Control Test 19:48

0.000Air Blank 19:49

# 1 0.082Subject Sample 19:49

1.671Breath Volume 19:49

0.000Air Blank 19:50

0.000Air Blank 19:51

# 2 0.083Subject Sample 19:52

1.792Breath Volume 19:52

0.000Air Blank 19:53

0.082Control Test 19:53

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:2611/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:55

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

RUEN

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.083Control Test 23:33

0.000Air Blank 23:34

# 1 0.093Subject Sample 23:34

2.769Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.098Subject Sample 23:37

3.484Breath Volume 23:37

0.000Air Blank 23:38

0.083Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:1911/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:59

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

RICHARDSON

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:30

0.082Control Test 21:30

0.000Air Blank 21:30

# 1 0.019Subject Sample 21:31

3.425Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:33

# 2 0.019Subject Sample 21:34

2.484Breath Volume 21:34

0.000Air Blank 21:35

0.082Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4611/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:15

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

HART

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.082Control Test 00:51

0.000Air Blank 00:52

# 1 0.137Subject Sample 00:53

1.125Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.145Subject Sample 00:56

1.187Breath Volume 00:56

0.000Air Blank 00:56

0.081Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:5711/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:56

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

EARLE

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.083Control Test 02:29

0.000Air Blank 02:30

# 1 0.093Subject Sample 02:32

1.222Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.082Subject Sample 02:38 Volume Not Met

1.042Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 3 0.087Subject Sample 02:41

1.492Breath Volume 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:2711/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:00

St. John's County SO

MIGLIACCIO,NICHOLAS

08/09/2026

402816921

St. John's County SO

MIGLIACCIO,NICHOLAS,M

MEADOOWS

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:54

# 1 0.354Subject Sample 03:55

3.238Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.361Subject Sample 03:58

1.789Breath Volume 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5811/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:10

FHP Troop G

RAY,KEATON

08/09/2026

402816921

FHP Troop G

RAY,KEATON,A

MALLORY

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:35

# 1 0.159Subject Sample 01:35 No .020 agreement

1.617Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.127Subject Sample 01:41 Volume Not Met

0.207Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 3 0.135Subject Sample 01:46 No .020 agreement

1.460Breath Volume 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1111/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

20:55

St. John's County SO

MARTINEZ,CHEYLA

08/09/2026

402816921

St. John's County SO

CARROLL,JERRY,F

NOLASCO NOLASCO

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.082Control Test 22:06

0.000Air Blank 22:06

# 1 0.156Subject Sample 22:07

1.109Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:09

# 2 0.146Subject Sample 22:10

1.406Breath Volume 22:10

0.000Air Blank 22:11

0.081Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:1311/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:16

St. Augustine PD

CORREA,JONATHAN

08/09/2026

402816921

St. Augustine PD

CORREA,JONATHAN,E

DOMINGO ANDRES

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.082Control Test 00:59

0.000Air Blank 00:59

# 1 0.111Subject Sample 01:01

1.742Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.111Subject Sample 01:04

2.015Breath Volume 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3311/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:52

St. John's County SO

SHUMAKER,THOMAS

08/09/2026

402816921

St. John's County SO

SHUMAKER,THOMAS,A

WOOD

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.082Control Test 03:17

0.000Air Blank 03:17

# 1 0.160Subject Sample 03:17

1.339Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.158Subject Sample 03:20

2.296Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:2011/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:14

14:54

St. Augustine PD

WILLIAMS,M

08/09/2026

402816921

St. John's County SO

BARRERA,ALEXANDER,R

HATCHER

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:35

0.000Air Blank 15:35

0.082Control Test 15:35

0.000Air Blank 15:36

# 1 0.240Subject Sample 15:36

2.449Breath Volume 15:36

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2 0.237Subject Sample 15:39

2.765Breath Volume 15:39

0.000Air Blank 15:40

0.081Control Test 15:40

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:5911/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:57

St. Augustine PD

CANNING,SEAN

08/09/2026

402816921

St. Augustine PD

CANNING,SEAN,D

JENNINGS

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.082Control Test 00:18

0.000Air Blank 00:19

# 1 0.113Subject Sample 00:19

1.363Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:21

# 2 0.118Subject Sample 00:22

1.503Breath Volume 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5611/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:24

St. John's County SO

MIGLIACCIO,NICHOLAS

08/09/2026

402816921

St. John's County SO

MIGLIACCIO,NICHOLAS,M

LEOPOLD

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.081Control Test 00:53

0.000Air Blank 00:54

# 1 0.086Subject Sample 00:57 Volume Not Met

0.015Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.112Subject Sample 01:01

1.335Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 3 0.112Subject Sample 01:05

1.820Breath Volume 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3911/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:59

St. John's County SO

BLACKMAN,ALBERT

08/09/2026

402816921

St. John's County SO

HARTZ,BRANDON,M

PEREZ SUAREZ

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

# 1 0.180Subject Sample 03:42

1.210Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.188Subject Sample 03:45

1.804Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:1711/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

20:04

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

LITTLEFIELD

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.082Control Test 20:39

0.000Air Blank 20:39

# 1 0.222Subject Sample 20:40

1.468Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.242Subject Sample 20:43

2.742Breath Volume 20:43

0.000Air Blank 20:44

0.081Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:0811/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:59

St. John's County SO

CARROLL,JERRY

08/09/2026

402816921

St. John's County SO

CARROLL,JERRY,F

GARCIA

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.082Control Test 23:31

0.000Air Blank 23:32

# 1 0.244Subject Sample 23:32

2.722Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:34

# 2 0.259Subject Sample 23:35

2.074Breath Volume 23:35

0.000Air Blank 23:36

0.081Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 11/27/2025 22:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:2111/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:55

St. John's County SO

LIMA,JOELLE

08/09/2026

402816921

St. John's County SO

MIGLIACCIO,NICHOLAS,M

H234646910000

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

# 1 0.000Subject Sample 03:51

3.226Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.000Subject Sample 03:54

3.226Breath Volume 03:54

0.000Air Blank 03:55

0.082Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:3011/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:57

St. Augustine PD

VERA,EDWARD

08/09/2026

402816921

St. Augustine Beach

SCHUSTER,ZACHARY,R

BURKHAMER

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.082Control Test 00:41

0.000Air Blank 00:42

# 1 0.156Subject Sample 00:42

3.214Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.154Subject Sample 00:45

3.218Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:4211/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

23:17

St. John's County SO

FISHER,JASON

08/09/2026

402816921

St. John's County SO

AUCH,DOMANIK,G

CRAFTON

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:34

# 1 0.141Subject Sample 01:36

2.394Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.142Subject Sample 01:39

2.125Breath Volume 01:39

0.000Air Blank 01:39

0.079Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4911/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:58

St. Augustine PD

PIERCE,MYREON

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

SANTOS

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:44

# 1 0.118Subject Sample 01:45

1.933Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.115Subject Sample 01:48

1.386Breath Volume 01:48

0.000Air Blank 01:48

0.080Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1111/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:29

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

CARTER

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.082Control Test 23:06

0.000Air Blank 23:07

# 1 0.000Subject Sample 23:07

4.929Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.000Subject Sample 23:10

5.144Breath Volume 23:10

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:5011/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:03

St. John's County SO

AUCH,DOMANIK

08/09/2026

402816921

St. John's County SO

AUCH,DOMANIK,G

MOKSNES

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.082Control Test 02:34

0.000Air Blank 02:35

# 1 0.184Subject Sample 02:36

1.984Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.179Subject Sample 02:39

1.386Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:3511/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

00:04

St. John's County SO

BOESDORFER,CURTIS

08/09/2026

402816921

St. John's County SO

HARTZ,BRANDON,M

GERAGHTY

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

# 1 0.160Subject Sample 02:54

2.921Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.160Subject Sample 02:57

2.511Breath Volume 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:35:4211/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:51

12:51

St. John's County SO

MANGO,B

08/09/2026

402816921

St. John's County SO

MANGOLD,K,R

CASCIO

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:29

0.000Air Blank 13:29

0.082Control Test 13:29

0.000Air Blank 13:30

# 1 0.255Subject Sample 13:31

1.351Breath Volume 13:31

0.000Air Blank 13:31

0.000Air Blank 13:33

# 2 0.246Subject Sample 13:34

2.242Breath Volume 13:34

0.000Air Blank 13:34

0.081Control Test 13:35

0.000Air Blank 13:35

OKDiagnostics Check 13:35

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:57:5511/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:26

13:06

FHP Troop G

FONTENOT,DOMINIC

08/09/2026

402816921

FHP Troop G

FONTENOT,DOMINIC,M

DELSOL

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:47

0.000Air Blank 14:47

0.082Control Test 14:47

0.000Air Blank 14:48

# 1 0.276Subject Sample 14:50

2.300Breath Volume 14:50

0.000Air Blank 14:50

0.000Air Blank 14:52

# 2 0.242Subject Sample 14:53

1.136Breath Volume 14:53

0.000Air Blank 14:54

0.000Air Blank 14:55

# 3 0.273Subject Sample 14:56

1.937Breath Volume 14:56

0.000Air Blank 14:56

0.079Control Test 14:57

0.000Air Blank 14:57

OKDiagnostics Check 14:57

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:2011/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:32

St. John's County SO

GOSLIN,TYLER

08/09/2026

402816921

St. John's County SO

AUCH,DOMANIK,G

GUTIERREZ TEJADA

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.082Control Test 21:21

0.000Air Blank 21:22

# 1 0.163Subject Sample 21:22

1.488Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.162Subject Sample 21:25

1.375Breath Volume 21:25

0.000Air Blank 21:26

0.081Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3711/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:38

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

BROOKS

10/29/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.082Control Test 03:13

0.000Air Blank 03:14

# 1 0.141Subject Sample 03:14

2.707Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.144Subject Sample 03:18

2.718Breath Volume 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 11/27/2025 22:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:5411/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

04:03

Broward County SO

ZEEB,BRANDON

06/27/2026

402783528

Hillsboro Beach PD

FRAZIER,ANAYA,S

COLEMAN

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:12

0.080Control Test 06:13

0.000Air Blank 06:13

# 1 0.221Subject Sample 06:14

2.449Breath Volume 06:14

0.000Air Blank 06:15

0.000Air Blank 06:16

# 2 0.215Subject Sample 06:17

1.468Breath Volume 06:17

0.000Air Blank 06:17

0.078Control Test 06:18

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:26:1211/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:48

06:24

Broward County SO

BACA,JORGE

06/27/2026

402783528

Sunrise PD

FRAZIER,ANAYA,S

MORALES ALVAREZ

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:19

0.000Air Blank 07:19

0.080Control Test 07:20

0.000Air Blank 07:20

# 1 0.135Subject Sample 07:21

1.515Breath Volume 07:21

0.000Air Blank 07:22

0.000Air Blank 07:23

# 2 0.131Subject Sample 07:24

1.835Breath Volume 07:24

0.000Air Blank 07:25

0.078Control Test 07:25

0.000Air Blank 07:26

OKDiagnostics Check 07:26

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:25:0911/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:49

06:51

Broward County SO

LOPEZ,SAMANTHA

06/27/2026

402783528

OTHER State

FRAZIER,ANAYA,S

DESIRE

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:13

0.000Air Blank 08:13

0.079Control Test 08:14

0.000Air Blank 08:14

# 1 0.086Subject Sample 08:17 Volume Not Met

0.515Breath Volume 08:17

0.000Air Blank 08:18

0.000Air Blank 08:20

# 2 0.075Subject Sample 08:23 Volume Not Met

0.035Breath Volume 08:23

0.000Air Blank 08:24

0.077Control Test 08:24

0.000Air Blank 08:25

OKDiagnostics Check 08:25

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:00:5111/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:28

07:30

Broward County SO

MATEO,JOHNY

06/27/2026

402783528

Lauderhill PD

FRAZIER,ANAYA,S

HERCULES

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:54

0.000Air Blank 08:54

0.077Control Test 08:54

0.000Air Blank 08:55

# 1 0.120Subject Sample 08:55

1.839Breath Volume 08:55

0.000Air Blank 08:56

0.000Air Blank 08:58

# 2 0.114Subject Sample 08:59

2.199Breath Volume 08:59

0.000Air Blank 08:59

0.078Control Test 09:00

0.000Air Blank 09:00

OKDiagnostics Check 09:00

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:2311/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:30

Broward County SO

DIAZ,CARLOS

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

LE CLAIR

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.183Subject Sample 02:27

3.523Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.183Subject Sample 02:30

3.324Breath Volume 02:30

0.000Air Blank 02:31

0.078Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:3911/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:08

Broward County SO

PIERRE,RICHARDSON

06/27/2026

402783528

Margate PD

KNAPP,ANDREW,J

CROSS

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

# 1 0.155Subject Sample 02:06

1.332Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.161Subject Sample 02:09

1.562Breath Volume 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:3511/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:10

Broward County SO

THOMAS,TREVOR

06/27/2026

402783528

Fort Lauderdale PD

KNAPP,ANDREW,J

ROZIER

10/01/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.080Control Test 03:15

0.000Air Blank 03:15

# 1 0.156Subject Sample 03:16

1.355Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.150Subject Sample 03:19

1.109Breath Volume 03:19

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:39:1011/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

07:59

Broward County SO

GEIGER,LEE

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

NIDO

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:27

0.000Air Blank 09:27

0.079Control Test 09:28

0.000Air Blank 09:28

# 1 0.380Subject Sample 09:29

2.238Breath Volume 09:29

0.000Air Blank 09:30

0.000Air Blank 09:31

# 2 0.349Subject Sample 09:32

1.312Breath Volume 09:32

0.000Air Blank 09:33

0.000Air Blank 09:35

# 3 0.371Subject Sample 09:37

2.429Breath Volume 09:37

0.000Air Blank 09:38

0.074Control Test 09:38 Control Outside Tolerance

0.000Air Blank 09:39

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:47:3311/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

07:59

Broward County SO

GEIGER,LEE

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

NIDO

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:40

0.000Air Blank 09:41

0.076Control Test 09:41

0.000Air Blank 09:42

# 1 0.336Subject Sample 09:42

1.214Breath Volume 09:42

0.000Air Blank 09:43

0.000Air Blank 09:45

# 2 0.325Subject Sample 09:45

1.101Breath Volume 09:45

0.000Air Blank 09:46

0.079Control Test 09:46

0.000Air Blank 09:47

OKDiagnostics Check 09:47

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2511/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:24

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

BASS

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

# 1 0.184Subject Sample 02:41

2.015Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.203Subject Sample 02:44

2.453Breath Volume 02:44

0.000Air Blank 02:44

0.078Control Test 02:45

0.000Air Blank 02:45

FailDiagnostics Check 02:45 Internal Printer Test

0.000Air Blank 02:46

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0511/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:24

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

BASS

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.078Control Test 02:50

0.000Air Blank 02:50

# 1 0.198Subject Sample 02:51

2.968Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:53

# 2 0.191Subject Sample 02:54

2.710Breath Volume 02:54

0.000Air Blank 02:55

0.078Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 11/06/2025 03:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:2511/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:31

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

RENE

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

# 1 0.220Subject Sample 00:27

1.800Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:29

# 2 0.220Subject Sample 00:30

1.359Breath Volume 00:30

0.000Air Blank 00:31

0.076Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:3211/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:33

Broward County SO

BARBERIO,MADISON

06/27/2026

402783528

Hallandale Beach PD

FRAZIER,ANAYA,S

GONZALEZ ALFONSO

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:31

# 1 0.098Subject Sample 04:32

1.976Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.102Subject Sample 04:35

1.968Breath Volume 04:35

0.000Air Blank 04:36

0.078Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:1211/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:00

Broward County SO

FENTON,JAMIE

06/27/2026

402783528

Pembroke Pines PD

FRAZIER,ANAYA,S

REYES

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:23

0.079Control Test 05:24

0.000Air Blank 05:24

# 1 0.139Subject Sample 05:25

1.613Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:27

# 2 0.139Subject Sample 05:28

2.507Breath Volume 05:28

0.000Air Blank 05:29

0.078Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:0011/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:34

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

VASQUEZ SANDOVAL

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:47

0.000Air Blank 05:48

0.078Control Test 05:48

0.000Air Blank 05:49

# 1 0.164Subject Sample 05:50

1.933Breath Volume 05:50

0.000Air Blank 05:51

0.000Air Blank 05:52

# 2 0.159Subject Sample 05:53

1.960Breath Volume 05:53

0.000Air Blank 05:54

0.074Control Test 05:54 Control Outside Tolerance

0.000Air Blank 05:55

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:1911/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:34

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

VASQUEZ SANDOVAL

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:56

0.000Air Blank 05:57

0.078Control Test 05:57

0.000Air Blank 05:58

# 1 0.160Subject Sample 05:58

1.808Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.156Subject Sample 06:01

1.875Breath Volume 06:01

0.000Air Blank 06:02

0.078Control Test 06:02

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4011/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:08

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

SMITH

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1 0.145Subject Sample 23:11

2.968Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.153Subject Sample 23:14

3.023Breath Volume 23:14

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5211/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:15

Broward County SO

DIAZ,CARLOS

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

HASPARIAN

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

# 1 0.268Subject Sample 03:35

1.632Breath Volume 03:35

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.272Subject Sample 03:39

2.371Breath Volume 03:39

0.000Air Blank 03:39

0.076Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:5711/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:37

Broward County SO

GUZMAN,JOSE

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

KEITH

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.080Control Test 22:43

0.000Air Blank 22:43

# 1 0.219Subject Sample 22:44

1.449Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:46

# 2 0.212Subject Sample 22:47

1.628Breath Volume 22:47

0.000Air Blank 22:47

0.078Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5511/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:13

Broward County SO

GOMEZ,DESTINY

06/27/2026

402783528

Plantation PD

FRAZIER,ANAYA,S

SUTHERLAND

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1 0.173Subject Sample 01:02 Volume Not Met

1.062Breath Volume 01:02

Air Blank 01:03 Purge Fail

0.000Air Blank 01:03

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:2711/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:13

Broward County SO

GOMEZ,DESTINY

06/27/2026

402783528

Plantation PD

FRAZIER,ANAYA,S

SUTHERLAND

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.074Control Test 01:06 Control Outside Tolerance

0.000Air Blank 01:07

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:2011/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:13

Broward County SO

GOMEZ,DESTINY

06/27/2026

402783528

Plantation PD

FRAZIER,ANAYA,S

SUTHERLAND

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.077Control Test 01:10

0.000Air Blank 01:10

# 1 0.185Subject Sample 01:13 Slope Not Level

1.417Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.169Subject Sample 01:19 Volume Not Met

0.167Breath Volume 01:19

0.000Air Blank 01:20

0.076Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:5311/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:13

Broward County SO

GOMEZ,DESTINY

06/27/2026

402783528

Plantation PD

FRAZIER,ANAYA,S

SUTHERLAND

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.076Control Test 01:23

0.000Air Blank 01:24

# 1 0.156Subject Sample 01:27 Volume Not Met

0.113Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:29

# 2 0.151Subject Sample 01:32 Volume Not Met

0.234Breath Volume 01:32

0.000Air Blank 01:33

0.075Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:22:3711/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:44

08:36

Broward County SO

OLEA,ELIEZER

06/27/2026

402783528

Pembroke Pines PD

FRAZIER,ANAYA,S

DOMINIC RIGG

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:15

0.000Air Blank 10:16

0.078Control Test 10:16

0.000Air Blank 10:17

# 1 0.172Subject Sample 10:17

3.175Breath Volume 10:17

0.000Air Blank 10:18

0.000Air Blank 10:20

# 2 0.170Subject Sample 10:20

2.960Breath Volume 10:20

0.000Air Blank 10:21

0.078Control Test 10:21

0.000Air Blank 10:22

OKDiagnostics Check 10:22

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:5711/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:39

Broward County SO

WRIGHT,KIERSTEN

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

CORTEZ

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

# 1 0.169Subject Sample 00:38

2.843Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:40

# 2 0.156Subject Sample 00:41

1.246Breath Volume 00:41

0.000Air Blank 00:42

0.076Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2411/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

23:22

Broward County SO

ENGEL,ANTHONY

06/27/2026

402783528

Pembroke Pines PD

FRAZIER,ANAYA,S

EUGENE

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

# 1 0.160Subject Sample 01:31

1.472Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.159Subject Sample 01:34

2.011Breath Volume 01:34

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1711/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:38

Broward County SO

WOOLEY,KYLE

06/27/2026

402783528

Margate PD

FRAZIER,ANAYA,S

RICHARDSON JR

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:44

# 1 0.153Subject Sample 03:44

3.253Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.157Subject Sample 03:47

3.328Breath Volume 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 12/03/2025 08:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:1711/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:44

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

TREJO BIAIS

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:53

# 1 0.123Subject Sample 04:53

1.968Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.121Subject Sample 04:56

2.117Breath Volume 04:56

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:1211/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:24

Broward County SO

THOMAS,TREVOR

06/27/2026

402783528

Fort Lauderdale PD

FRAZIER,ANAYA,S

WALKER JR

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:56

# 1 0.190Subject Sample 20:57

2.761Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 20:59

# 2 0.185Subject Sample 21:00

1.375Breath Volume 21:00

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:3411/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

20:35

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

KANU

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:44

0.000Air Blank 21:44

# 1 0.162Subject Sample 21:45

2.218Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.157Subject Sample 21:48

1.656Breath Volume 21:48

0.000Air Blank 21:49

0.076Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1911/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:05

Broward County SO

DIAZ,CARLOS

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

LARA TINEO

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

# 1 0.138Subject Sample 03:10

2.468Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:12

# 2 0.131Subject Sample 03:13

1.375Breath Volume 03:13

0.000Air Blank 03:14

0.078Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:3111/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:00

Broward County SO

DIAZ,CARLOS

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

JONES

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.082Control Test 04:06

0.000Air Blank 04:06

# 1 0.148Subject Sample 04:09 Volume Not Met

0.824Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.075Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:0011/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:22

Broward County SO

GUZMAN,JOSE

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

GONZALEZ

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:32

# 1 0.000Subject Sample 23:32

3.222Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.000Subject Sample 23:35

2.726Breath Volume 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:37

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:4911/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

18:10

Broward County SO

VIRGILIO,LAWRENCE

06/27/2026

402783528

Pembroke Pines PD

TILLMAN,SHEILA,L

CERVANTES GARCIA

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:33

0.000Air Blank 20:34

0.080Control Test 20:34

0.000Air Blank 20:35

# 1 0.284Subject Sample 20:36

1.265Breath Volume 20:36

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.284Subject Sample 20:39

1.667Breath Volume 20:39

0.000Air Blank 20:40

0.073Control Test 20:41 Control Outside Tolerance

0.000Air Blank 20:41

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:5911/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

18:10

Broward County SO

VIRGILIO,LAWRENCE

06/27/2026

402783528

Pembroke Pines PD

TILLMAN,SHEILA,L

CERVANTES GARCIA

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.078Control Test 20:44

0.000Air Blank 20:44

# 1 0.289Subject Sample 20:45

1.289Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:47

# 2 0.296Subject Sample 20:48

1.101Breath Volume 20:48

0.000Air Blank 20:49

0.078Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:1811/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

19:59

Broward County SO

VIGIL,M

06/27/2026

402783528

Pembroke Pines PD

FRAZIER,ANAYA,S

RODRIGUEZ

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.080Control Test 22:07

0.000Air Blank 22:08

# 1 0.220Subject Sample 22:08

1.878Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.221Subject Sample 22:11

1.847Breath Volume 22:11

0.000Air Blank 22:12

0.078Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:4111/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:44

Broward County SO

KEATING,KAYLA

06/27/2026

402783528

Fort Lauderdale PD

FRAZIER,ANAYA,S

NARANJO

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:36

# 1 0.166Subject Sample 03:36

3.117Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.152Subject Sample 03:39

1.605Breath Volume 03:39

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:0611/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:32

Broward County SO

CARTER,JAMES

06/27/2026

402783528

Fort Lauderdale PD

TILLMAN,SHEILA,L

JONES JR.

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.080Control Test 04:16

0.000Air Blank 04:16

# 1 0.065Subject Sample 04:17

1.855Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.062Subject Sample 04:20

2.187Breath Volume 04:20

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0811/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:47

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

GUNTHER JR

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:51

# 1 0.171Subject Sample 04:52

1.359Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:54

# 2 0.171Subject Sample 04:55

1.519Breath Volume 04:55

0.000Air Blank 04:56

0.079Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:2311/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

19:45

Broward County SO

FACCINI,DAVID

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

URICK

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.080Control Test 21:20

0.000Air Blank 21:20

# 1 0.252Subject Sample 21:21

2.339Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:23

# 2 0.240Subject Sample 21:24

2.519Breath Volume 21:24

0.000Air Blank 21:25

0.079Control Test 21:25

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:2211/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:12

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

04120080A1

Suwannee County SO

WAGNER,DUSTIN,R

ADAMS

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

# 1 0.171Subject Sample 02:47

1.804Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:4011/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:54

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

04120080A1

Suwannee County SO

WAGNER,DUSTIN,R

RICHARDSON

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:12

# 1 0.168Subject Sample 03:13

2.515Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.160Subject Sample 03:16

1.875Breath Volume 03:16

0.000Air Blank 03:16

0.079Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:5611/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:54

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

04120080A1

Suwannee County SO

WAGNER,DUSTIN,R

HUMPHRIES

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:59

# 1 0.202Subject Sample 02:59

3.023Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.191Subject Sample 03:02

2.011Breath Volume 03:02

0.000Air Blank 03:03

0.078Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:1911/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:21

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

LANG

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:04

# 1Subject Sample 03:04 Subject Test Refused

0.000Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:4811/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:06

Suwannee County SO

WILLIS,CLEVELAND

03/05/2022

04120080A1

Suwannee County SO

WILLIS,CLEVELAND,D

FRANCWAY

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.078Control Test 22:06

0.000Air Blank 22:07

# 1 0.146Subject Sample 22:08

1.222Breath Volume 22:08

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.149Subject Sample 22:11

2.078Breath Volume 22:11

0.000Air Blank 22:11

0.077Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:2611/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:57

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

MOORE'

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.079Control Test 00:14

0.000Air Blank 00:14

# 1Subject Sample 00:15 Subject Test Refused

0.000Breath Volume 00:15

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:2211/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:35

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

PITTMAN

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.000Subject Sample 02:17

1.726Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.000Subject Sample 02:20

2.476Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:2611/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:14

Suwannee County SO

WILLIS,CLEVELAND

12/05/2026

04120080A1

Suwannee County SO

WILLIS,CLEVELAND,D

LUMPKIN

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.080Control Test 23:56

0.000Air Blank 23:57

# 2 0.109Subject Sample 23:57

2.246Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.105Subject Sample 00:00

2.800Breath Volume 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5411/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:00

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

LAVALLEY

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.106Subject Sample 03:00

1.921Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:02

# 2 0.107Subject Sample 03:03

1.261Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:0411/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:37

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

WAGNER,DUSTIN,R

LONGO

10/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

# 1 0.145Subject Sample 03:54

2.785Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.142Subject Sample 03:57

3.375Breath Volume 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:59

Data Download Date/Time: 11/30/2025 13:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0811/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:57

FHP Troop G

MORGAN,JONATHAN

08/29/2027

403135736

FHP Troop G

DESUYO,AISON,K

MCGINNIS

10/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.081Control Test 00:35

0.000Air Blank 00:36

# 1 0.126Subject Sample 00:37

1.785Breath Volume 00:37

Air Blank 00:38 Purge Fail

0.000Air Blank 00:39

Data Download Date/Time: 11/20/2025 19:12

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:2711/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:57

FHP Troop G

MORGAN,JONATHAN

08/29/2027

403135736

FHP Troop G

DESUYO,AISON,K

MCGINNIS

10/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

FailDiagnostics Check 00:42 Internal Printer Test

0.000Air Blank 00:43

Data Download Date/Time: 11/20/2025 19:12

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5511/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:57

FHP Troop G

MORGAN,JONATHAN

08/29/2027

403135736

FHP Troop G

DESUYO,AISON,K

MCGINNIS

10/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:46

# 1 0.119Subject Sample 00:48

1.902Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.119Subject Sample 00:51

1.855Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

FailDiagnostics Check 00:53 Internal Printer Test

0.000Air Blank 00:53

Data Download Date/Time: 11/20/2025 19:12

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:2411/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

05:16

FHP Troop B

WILDEMAN-STUART,JORDAN

08/09/2026

402816921

FHP Troop B

WILDEMAN-STUART,JORDAN,R

RENDON

10/31/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:43

0.077Control Test 05:44

0.000Air Blank 05:44

# 1Subject Sample 05:45 Subject Test Refused

0.000Breath Volume 05:45

0.000Air Blank 05:45

0.080Control Test 05:45

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 11/06/2025 04:41

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:5611/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

22:10

FHP Troop B

WILDEMAN-STUART,JORDAN

08/09/2026

402816921

FHP Troop B

WILDEMAN-STUART,JORDAN,R

CUMMINGS

10/31/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1 0.151Subject Sample 22:32

2.187Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.164Subject Sample 22:38 Volume Not Met

0.312Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 3 0.123Subject Sample 22:44 Volume Not Met

0.863Breath Volume 22:44

0.000Air Blank 22:45

0.068Control Test 22:45 Control Outside Tolerance

0.000Air Blank 22:45

Data Download Date/Time: 01/01/2026 18:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:2611/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

03:52

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

CASTRO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:53

# 1 0.276Subject Sample 04:54

2.960Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.283Subject Sample 04:57

2.199Breath Volume 04:57

0.000Air Blank 04:58

0.077Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 12/16/2025 09:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:3211/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:18

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

SANCHEZ SANTOS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

# 1 0.189Subject Sample 04:05

1.765Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.189Subject Sample 04:08

1.839Breath Volume 04:08

0.000Air Blank 04:09

0.077Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:2511/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:38

Hillsborough Co SO

KRUG,Z

03/05/2027

04125080A6

Temple Terrace PD

KROME,BRITTNEY,M

BONILLA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.078Control Test 04:23

0.000Air Blank 04:24

# 1 0.177Subject Sample 04:24

1.222Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:26

# 2 0.176Subject Sample 04:27

2.222Breath Volume 04:27

0.000Air Blank 04:28

0.078Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4311/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:54

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

HOLLOWAY

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.078Control Test 02:31

0.000Air Blank 02:31

# 1 0.179Subject Sample 02:32

1.582Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.179Subject Sample 02:36

1.925Breath Volume 02:36

0.000Air Blank 02:36

0.077Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3411/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

02:56

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

LOPEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:51

# 1 0.071Subject Sample 03:52

1.476Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.063Subject Sample 03:55

1.246Breath Volume 03:55

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:3711/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:29

Hillsborough Co SO

CARRASCO,A

03/05/2027

04125080A6

FHP Troop C

MONTGOMERY,ALECIA,L

COLON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:10

0.079Control Test 05:10

0.000Air Blank 05:11

# 1 0.154Subject Sample 05:12

3.906Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.162Subject Sample 05:15

3.914Breath Volume 05:15

0.000Air Blank 05:16

0.078Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:4011/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:00

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

THACKER

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.078Control Test 03:02

0.000Air Blank 03:02

# 1 0.157Subject Sample 03:03

1.351Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.160Subject Sample 03:06

2.312Breath Volume 03:06

0.000Air Blank 03:07

0.078Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:1111/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

19:08

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

GIBSON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:04

0.000Air Blank 20:05

0.079Control Test 20:05

0.000Air Blank 20:06

# 1 0.186Subject Sample 20:06

2.238Breath Volume 20:06

0.000Air Blank 20:07

0.000Air Blank 20:09

# 2 0.185Subject Sample 20:09

2.332Breath Volume 20:09

0.000Air Blank 20:10

0.078Control Test 20:10

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:3011/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:08

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

MALDONADO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:56

0.000Air Blank 01:56

# 1 0.080Subject Sample 01:57

1.601Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.080Subject Sample 02:00

2.460Breath Volume 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:5511/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:26

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

CAMPOS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.080Control Test 04:30

0.000Air Blank 04:31

# 1 0.128Subject Sample 04:32

1.292Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.138Subject Sample 04:36

1.492Breath Volume 04:36

0.000Air Blank 04:36

0.079Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:5611/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:16

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

OLIVO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:58

# 2 0.261Subject Sample 23:59

2.332Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:01

# 1 0.264Subject Sample 00:02

1.773Breath Volume 00:02

0.000Air Blank 00:02

0.079Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:5511/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:49

Hillsborough Co SO

GEISER,J

03/05/2027

04125080A6

FHP Troop C

GANT,TIFFANY,

CIRONE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

# 1 0.037Subject Sample 00:45

1.914Breath Volume 00:45

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.035Subject Sample 00:48

1.902Breath Volume 00:48

0.000Air Blank 00:48

0.079Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:0311/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:09

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

GONZALEZ RESENDIZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:56

# 1 0.085Subject Sample 00:57

1.363Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.086Subject Sample 01:00

1.582Breath Volume 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:02

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1611/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:33

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

MENDEZ LEYVA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

# 1 0.094Subject Sample 01:19

1.871Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.094Subject Sample 01:22

2.570Breath Volume 01:22

0.000Air Blank 01:23

0.078Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:5511/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:24

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

PEREZ GOMEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

# 1 0.142Subject Sample 01:40

1.656Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:42

# 2 0.148Subject Sample 01:43

1.785Breath Volume 01:43

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:5211/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:14

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

LUSTAN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:07

# 1 0.105Subject Sample 03:08

2.332Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:10

# 2 0.105Subject Sample 03:11

1.746Breath Volume 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:22:2011/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

03:12

Hillsborough Co SO

GONZALEZ,P

03/05/2027

04125080A6

FHP Troop C

KLEIN,ETHAN,H

TAYLOR

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:16

0.079Control Test 06:16

0.000Air Blank 06:17

# 1 0.154Subject Sample 06:17

3.140Breath Volume 06:17

0.000Air Blank 06:18

0.000Air Blank 06:20

# 2 0.144Subject Sample 06:20

1.800Breath Volume 06:20

0.000Air Blank 06:21

0.079Control Test 06:21

0.000Air Blank 06:22

OKDiagnostics Check 06:22

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:0611/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:20

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

KLEIN,ETHAN,H

LYONS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

# 1 0.155Subject Sample 00:21

1.542Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2Subject Sample 00:25 Subject Test Refused

0.667Breath Volume 00:25

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:4211/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

00:23

23:56

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

BURNS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.079Control Test 00:44

0.000Air Blank 00:44

# 1 0.186Subject Sample 00:45

3.175Breath Volume 00:45

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.182Subject Sample 00:47

2.847Breath Volume 00:47

0.000Air Blank 00:48

0.078Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:3211/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:28

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

TAVARES PINTO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

# 1Subject Sample 01:00 Subject Test Refused

0.000Breath Volume 01:00

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5411/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:28

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

TAVARES PINTO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.078Control Test 01:14

0.000Air Blank 01:14

# 1Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:17

0.079Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3311/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:41

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

BROWN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:33 No Sample Provided

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.121Subject Sample 02:38 Volume Not Met

0.082Breath Volume 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0211/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:01

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

AGUILAR MAROTO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:48

# 1 0.156Subject Sample 02:49

2.156Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.158Subject Sample 02:52

1.351Breath Volume 02:52

0.000Air Blank 02:53

0.078Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:54

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:5711/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:18

Hillsborough Co SO

BLANCHARD,J

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

WOLFF

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.078Control Test 03:13

0.000Air Blank 03:13

# 1 0.152Subject Sample 03:16 Volume Not Met

0.429Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.178Subject Sample 03:21

1.449Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 3 0.175Subject Sample 03:24

1.609Breath Volume 03:24

0.000Air Blank 03:24

0.076Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:2411/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:24

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

KLEIN,ETHAN,H

PEARSON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.078Control Test 05:12

0.000Air Blank 05:13

# 1 0.132Subject Sample 05:13

2.066Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.134Subject Sample 05:16

1.660Breath Volume 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4011/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:54

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

WALTON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

# 1 0.156Subject Sample 03:47

1.347Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.169Subject Sample 03:50

2.453Breath Volume 03:50

0.000Air Blank 03:51

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0111/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:12

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

TEMBO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:48

# 1 0.203Subject Sample 01:50

1.976Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.202Subject Sample 01:56

1.601Breath Volume 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:58

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:4711/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:49

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

BROWN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.079Control Test 01:27

0.000Air Blank 01:27

# 1 0.124Subject Sample 01:28

2.679Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.119Subject Sample 01:31

2.746Breath Volume 01:31

0.000Air Blank 01:31

0.078Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5911/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:50

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

RIVERA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

# 1 0.132Subject Sample 03:31

1.703Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.136Subject Sample 03:34

2.609Breath Volume 03:34

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:3911/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:44

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

WALDEN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

# 1 0.000Subject Sample 04:34

3.574Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.000Subject Sample 04:37

2.316Breath Volume 04:37

0.000Air Blank 04:37

0.078Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 12/16/2025 09:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:1611/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

04:57

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

LUCIER

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:38

0.000Air Blank 05:39

0.079Control Test 05:39

0.000Air Blank 05:40

# 1 0.039Subject Sample 05:40

2.632Breath Volume 05:40

0.000Air Blank 05:41

0.000Air Blank 05:43

# 2 0.039Subject Sample 05:43

2.808Breath Volume 05:43

0.000Air Blank 05:44

0.079Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:2511/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:24

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

NARVAEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

# 1 0.116Subject Sample 02:06

3.730Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.127Subject Sample 02:09

3.539Breath Volume 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:5111/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:44

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

JENKINS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1 0.232Subject Sample 02:34

1.113Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.219Subject Sample 02:39

2.101Breath Volume 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2311/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:11

Hillsborough Co SO

SUAREZ,O

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HERNANDEZ LOPEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:51

# 1 0.155Subject Sample 23:52

2.738Breath Volume 23:52

0.000Air Blank 23:53

Air Blank 23:54 RFI Detect

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:1611/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:11

Hillsborough Co SO

SUAREZ,O

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HERNANDEZ LOPEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:58

# 1 0.152Subject Sample 00:00

1.898Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.153Subject Sample 00:03

2.621Breath Volume 00:03

0.000Air Blank 00:04

0.079Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2311/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:10

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

RODRIGUEZ VAQUERO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:41

# 1 0.274Subject Sample 01:42

1.132Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.281Subject Sample 01:45

1.269Breath Volume 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:1411/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:30

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

MOLINA JR

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.079Control Test 20:08

0.000Air Blank 20:08

# 1 0.113Subject Sample 20:09

2.011Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:11

# 2 0.112Subject Sample 20:12

2.226Breath Volume 20:12

0.000Air Blank 20:13

0.079Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:4911/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:14

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

LOPEZ LOPEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:06

# 1 0.133Subject Sample 22:08

2.578Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:10

# 2 0.133Subject Sample 22:11

2.484Breath Volume 22:11

0.000Air Blank 22:11

0.078Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:3911/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:49

Hillsborough Co SO

MERINO,M

03/05/2027

04125080A6

Temple Terrace PD

JONES,MINDY,L

NILES

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:44

# 1Subject Sample 23:45 Subject Test Refused

0.000Breath Volume 23:45

0.000Air Blank 23:45

0.079Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:2611/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:56

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

IRVING

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:02

# 1 0.107Subject Sample 01:05

1.203Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.113Subject Sample 01:09

1.199Breath Volume 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:0211/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:38

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

VALLADARES AVILA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.078Control Test 01:28

0.000Air Blank 01:28

# 1 0.162Subject Sample 01:30

1.343Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.163Subject Sample 01:33

1.617Breath Volume 01:33

0.000Air Blank 01:34

0.078Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:35

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:1411/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:24

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

TUNC

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:09

# 1 0.112Subject Sample 02:10

1.640Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.114Subject Sample 02:13

2.019Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:0611/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:19

Hillsborough Co SO

PETERS,M

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

CEALY III

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:03

# 1Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:0311/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:46

04:18

Hillsborough Co SO

MCLAUGHLIN,W

03/05/2027

04125080A6

FHP Troop C

JONES,MINDY,L

SUAREZ-ROMERO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:06

0.000Air Blank 06:06

0.080Control Test 06:07

0.000Air Blank 06:07

# 1 0.191Subject Sample 06:08

1.414Breath Volume 06:08

0.000Air Blank 06:09

0.000Air Blank 06:10

# 2 0.195Subject Sample 06:11

2.261Breath Volume 06:11

0.000Air Blank 06:12

0.079Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:13

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:5811/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:47

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

ISMAEL GODIN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:42

# 1 0.253Subject Sample 20:45

1.234Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.251Subject Sample 20:48

1.304Breath Volume 20:48

0.000Air Blank 20:49

0.077Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:0411/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:44

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

CASTANEDA

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.144Subject Sample 00:48 Volume Not Met

1.054Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.140Subject Sample 00:54 Volume Not Met

0.632Breath Volume 00:54

0.000Air Blank 00:55

0.079Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:56

Data Download Date/Time: 11/06/2025 12:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:4711/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:29

Hillsborough Co SO

HAMILTON,J

03/05/2027

04125080A6

Temple Terrace PD

WALKINS,KEYANNA,A

WARREN

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

# 1 0.109Subject Sample 02:20

1.941Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.111Subject Sample 02:23

1.566Breath Volume 02:23

0.000Air Blank 02:23

0.080Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 11/06/2025 12:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:4011/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:25

Hillsborough Co SO

CUEVAS,L

03/05/2027

04125080A6

Plant City PD

YUMAN ROMERO,ANGIE,A

FELIPE

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:30

0.000Air Blank 03:30

# 1 0.112Subject Sample 03:31

1.480Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.111Subject Sample 03:35

1.675Breath Volume 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 11/06/2025 12:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:42:4411/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

06:41

Hillsborough Co SO

TISONIK,B

03/05/2027

04125080A6

Hillsborough Co SO

DAVIS,SERENA,J

HENRIQUES

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:36

0.000Air Blank 07:36

0.080Control Test 07:36

0.000Air Blank 07:37

# 1 0.103Subject Sample 07:38

1.484Breath Volume 07:38

0.000Air Blank 07:38

0.000Air Blank 07:40

# 2 0.108Subject Sample 07:41

1.203Breath Volume 07:41

0.000Air Blank 07:41

0.080Control Test 07:42

0.000Air Blank 07:42

OKDiagnostics Check 07:42

Data Download Date/Time: 11/06/2025 12:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:3411/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:59

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

KELLER

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1 0.090Subject Sample 01:45

1.601Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.092Subject Sample 01:49

2.035Breath Volume 01:49

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 11/06/2025 12:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:1711/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:23

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

NEEDELL

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

# 1 0.058Subject Sample 03:04

1.429Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.062Subject Sample 03:07

1.324Breath Volume 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 11/06/2025 12:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:1411/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:42

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

SEDLOCK

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

# 1 0.122Subject Sample 04:31

1.304Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.121Subject Sample 04:35

1.296Breath Volume 04:35

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 11/06/2025 12:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:3111/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:20

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

RODRIGUEZ

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:25

0.000Air Blank 05:26

0.080Control Test 05:26

0.000Air Blank 05:27

# 1 0.126Subject Sample 05:28

2.398Breath Volume 05:28

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.131Subject Sample 05:30

2.214Breath Volume 05:30

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 11/06/2025 12:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:0911/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:58

16:12

Hillsborough Co SO

GUEVARA,C

03/05/2027

04125080A6

Tampa PD

DAVIS,SERENA,J

STREGOVA GREGORY

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:19

0.000Air Blank 17:19

0.079Control Test 17:19

0.000Air Blank 17:20

# 1 0.295Subject Sample 17:21

1.851Breath Volume 17:21

0.000Air Blank 17:22

0.000Air Blank 17:24

# 2 0.305Subject Sample 17:24

1.507Breath Volume 17:24

0.000Air Blank 17:25

0.079Control Test 17:25

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 11/06/2025 12:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:0711/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:30

Hillsborough Co SO

ST.WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

HOLLEY

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:14

# 1 0.151Subject Sample 22:14

1.335Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.151Subject Sample 22:17

1.691Breath Volume 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 11/06/2025 12:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4011/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:55

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

MORENOPEREZ

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.186Subject Sample 03:00

1.859Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.188Subject Sample 03:04

2.183Breath Volume 03:04

0.000Air Blank 03:04

0.080Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 11/06/2025 12:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5211/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:00

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

MEDERO PEREZ

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

# 1Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:49

0.081Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 11/06/2025 12:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3211/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:25

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

RIVERA

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.081Control Test 04:13

0.000Air Blank 04:13

# 1 0.024Subject Sample 04:14

1.507Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.022Subject Sample 04:17

1.453Breath Volume 04:17

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 11/06/2025 12:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5511/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:00

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

BROOKS

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:56

# 1 0.091Subject Sample 01:57

2.093Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 01:59

# 2 0.092Subject Sample 02:00

2.082Breath Volume 02:00

0.000Air Blank 02:00

0.080Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 11/06/2025 12:39

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4111/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:02

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

CALDERON

10/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:03

# 1 0.171Subject Sample 01:06

1.804Breath Volume 01:06

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.173Subject Sample 01:09

1.542Breath Volume 01:09

0.000Air Blank 01:09

0.078Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 11/06/2025 12:39

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1011/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:25

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

CARRUTHERS JR

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.079Control Test 03:10

0.000Air Blank 03:10

# 1 0.117Subject Sample 03:11

2.027Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.114Subject Sample 03:14

1.519Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 12/16/2025 11:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5011/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:53

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

MONTGOMERY,ALECIA,L

FURMAN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.078Control Test 02:44

0.000Air Blank 02:45

# 1 0.100Subject Sample 02:46

2.574Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.101Subject Sample 02:49

2.234Breath Volume 02:49

0.000Air Blank 02:49

0.079Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 12/16/2025 11:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3411/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:48

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

BRUNSON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1Subject Sample 03:39 Subject Test Refused

0.000Breath Volume 03:39

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 12/16/2025 11:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:4311/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

02:58

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

MARIOTTI II

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.079Control Test 04:36

0.000Air Blank 04:36

# 1Subject Sample 04:37 Subject Test Refused

0.000Breath Volume 04:37

0.000Air Blank 04:37

0.079Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 12/16/2025 11:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:5311/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:25

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

RIVAN NATALIZIO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.079Control Test 23:12

0.000Air Blank 23:12

# 1 0.155Subject Sample 23:13

1.382Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:15

# 2 0.154Subject Sample 23:16

2.472Breath Volume 23:16

0.000Air Blank 23:16

0.079Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 12/16/2025 11:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5711/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:54

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HEINZEROTH JR

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:55

# 1 0.130Subject Sample 00:56

1.132Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.129Subject Sample 00:59

1.636Breath Volume 00:59

0.000Air Blank 01:00

0.078Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 12/16/2025 11:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5811/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:25

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

VANDIVER-RENGIFO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:27

# 1 0.150Subject Sample 04:29

2.199Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:31

# 2 0.148Subject Sample 04:32

2.367Breath Volume 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 12/16/2025 11:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:1011/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:11

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

SEARSON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

# 1 0.000Subject Sample 04:22 Volume Not Met

0.312Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.000Subject Sample 04:25

1.410Breath Volume 04:25

0.000Air Blank 04:25

0.000Air Blank 04:27

# 3 0.000Subject Sample 04:28

1.757Breath Volume 04:28

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 12/16/2025 11:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:4011/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:01

Hillsborough Co SO

MAROCOLA,D

03/05/2027

04125080A6

FHP Troop C

GANT,TIFFANY,

LAMBERT

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

# 1 0.171Subject Sample 04:04

1.601Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.180Subject Sample 04:07

2.417Breath Volume 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:5711/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:37

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

LAVIOLETTE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.081Control Test 22:43

0.000Air Blank 22:43

# 1 0.279Subject Sample 22:44

1.445Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.276Subject Sample 22:47

2.359Breath Volume 22:47

0.000Air Blank 22:48

0.080Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:5211/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:52

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

ARCHIE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.080Control Test 03:44

0.000Air Blank 03:44

# 1 0.032Subject Sample 03:45

2.015Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:47

# 2 0.034Subject Sample 03:48

2.675Breath Volume 03:48

0.000Air Blank 03:48

0.080Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:5911/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:00

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

MONTGOMERY,ALECIA,L

AGUILERA JR

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:49

# 1 0.171Subject Sample 04:50

2.195Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.170Subject Sample 04:53

3.648Breath Volume 04:53

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:3811/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:10

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

HERCULANO-SANCHEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 00:00

# 1 0.085Subject Sample 00:00

1.210Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.084Subject Sample 00:04

1.769Breath Volume 00:04

0.000Air Blank 00:04

0.080Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:26:4711/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

13:53

Hillsborough Co SO

PAUSE,O

03/05/2027

04125080A6

FHP Troop C

DAVIS,SERENA,J

CLARK

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:20

0.000Air Blank 15:20

0.080Control Test 15:21

0.000Air Blank 15:21

# 1 0.093Subject Sample 15:22

2.339Breath Volume 15:22

0.000Air Blank 15:22

0.000Air Blank 15:24

# 2 0.099Subject Sample 15:25

1.777Breath Volume 15:25

0.000Air Blank 15:25

0.080Control Test 15:26

0.000Air Blank 15:26

OKDiagnostics Check 15:26

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:1211/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:41

Hillsborough Co SO

RAY,K

03/05/2027

04125080A6

FHP Troop C

GANT,TIFFANY,

TOMAS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

# 1 0.118Subject Sample 22:31

2.355Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.117Subject Sample 22:34

2.519Breath Volume 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:3811/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:37

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

WALTON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:25 No Sample Provided

0.000Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2Subject Sample 03:28 Subject Test Refused

0.000Breath Volume 03:28

0.000Air Blank 03:28

0.079Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:1011/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:51

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

LEIMIG GONZALEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:41

# 1Subject Sample 03:42 Subject Test Refused

0.000Breath Volume 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:0311/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

04:37

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

MITCHELL

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:29

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:30

# 1 0.068Subject Sample 05:32

1.363Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.067Subject Sample 05:36

1.585Breath Volume 05:36

0.000Air Blank 05:37

0.079Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:38

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:5311/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:28

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

MARMOL

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

# 1 0.230Subject Sample 00:03

1.996Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:05

# 2 0.238Subject Sample 00:06

1.804Breath Volume 00:06

0.000Air Blank 00:06

0.079Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:3011/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

00:57

Hillsborough Co SO

LARA,A

03/05/2027

04125080A6

FHP Troop C

KLEIN,ETHAN,H

RODRIGUEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

# 1 0.191Subject Sample 02:18

1.121Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.177Subject Sample 02:24 Slope Not Level

1.648Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:26

# 3 0.183Subject Sample 02:27

1.320Breath Volume 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:0911/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:20

Hillsborough Co SO

MORRIS,C

03/05/2027

04125080A6

Plant City PD

KLEIN,ETHAN,H

FORTSON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.079Control Test 20:28

0.000Air Blank 20:29

# 1 0.288Subject Sample 20:29

1.750Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.288Subject Sample 20:32

1.664Breath Volume 20:32

0.000Air Blank 20:33

0.079Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:0711/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:41

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

GUILLEN LOPEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

# 1 0.211Subject Sample 23:50

1.453Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.195Subject Sample 23:53

2.187Breath Volume 23:53

0.000Air Blank 23:54

0.079Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:5711/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:03

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

JUAREZ OBANDO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

# 1 0.118Subject Sample 01:54

2.968Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:56

# 2 0.123Subject Sample 01:57

2.128Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2411/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:03

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

WUESTENFELD

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

# 1 0.228Subject Sample 03:52

2.976Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.233Subject Sample 03:55

2.679Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:4711/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:25

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

MARCH

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:23

# 1 0.152Subject Sample 04:24

1.746Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.153Subject Sample 04:27

1.511Breath Volume 04:27

0.000Air Blank 04:27

0.080Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:2711/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:04

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

NELSEN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.080Control Test 04:51

0.000Air Blank 04:51

# 1 0.179Subject Sample 04:51

2.476Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.181Subject Sample 04:54

2.144Breath Volume 04:54

0.000Air Blank 04:55

0.079Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:16:0311/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:48

05:11

Hillsborough Co SO

RAY,K

03/05/2027

04125080A6

FHP Troop C

KROME,BRITTNEY,M

MENDEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:08

0.000Air Blank 06:08

0.079Control Test 06:08

0.000Air Blank 06:09

# 1 0.136Subject Sample 06:10

1.625Breath Volume 06:10

0.000Air Blank 06:11

0.000Air Blank 06:13

# 2 0.135Subject Sample 06:14

1.417Breath Volume 06:14

0.000Air Blank 06:15

0.079Control Test 06:15

0.000Air Blank 06:15

OKDiagnostics Check 06:16

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:2011/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:18

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

MEZA-GONZALEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:40

# 1 0.046Subject Sample 03:40

1.996Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.046Subject Sample 03:43

1.734Breath Volume 03:43

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:4011/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:24

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

HAMMOND,JENNY,J

BENITEZ ORTEGA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:21

# 1 0.133Subject Sample 05:22

1.695Breath Volume 05:22

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.130Subject Sample 05:25

1.496Breath Volume 05:25

0.000Air Blank 05:25

0.080Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3811/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:56

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SALAZAR VIGO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1 0.152Subject Sample 00:49

2.136Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.153Subject Sample 00:53

2.804Breath Volume 00:53

0.000Air Blank 00:53

0.080Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4411/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:03

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

DIAZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.080Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.080Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:31:4411/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:04

05:44

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

OCHOA TORREALBA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:24

0.000Air Blank 06:25

0.080Control Test 06:25

0.000Air Blank 06:26

# 1 0.151Subject Sample 06:27

2.046Breath Volume 06:27

0.000Air Blank 06:27

0.000Air Blank 06:29

# 2 0.157Subject Sample 06:30

2.437Breath Volume 06:30

0.000Air Blank 06:30

0.080Control Test 06:31

0.000Air Blank 06:31

OKDiagnostics Check 06:31

Data Download Date/Time: 12/16/2025 11:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:5811/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:22

17:37

Hillsborough Co SO

REICHERT,C

03/05/2027

04125080A6

Hillsborough Co SO

DAVIS,SERENA,J

PIAZZA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:42

0.000Air Blank 18:42

0.080Control Test 18:43

0.000Air Blank 18:43

# 1 0.165Subject Sample 18:46

1.511Breath Volume 18:46

0.000Air Blank 18:47

0.000Air Blank 18:48

# 2 0.161Subject Sample 18:50

1.589Breath Volume 18:50

0.000Air Blank 18:51

0.079Control Test 18:51

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:5211/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:39

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

LA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:28

# 1 0.243Subject Sample 23:30

1.750Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.236Subject Sample 23:33

2.187Breath Volume 23:33

0.000Air Blank 23:33

0.079Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:3811/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:41

Hillsborough Co SO

CUEVAS,L

03/05/2027

04125080A6

Plant City PD

GANT,TIFFANY,

SUY GUARCHAJ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

# 1 0.127Subject Sample 00:28

2.292Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.131Subject Sample 00:32

2.398Breath Volume 00:32

0.000Air Blank 00:32

0.080Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:0311/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:11

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

JONES III

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:08

# 1 0.101Subject Sample 01:08

2.894Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.101Subject Sample 01:11

3.062Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:13

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:46:1111/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:19

10:59

Hillsborough Co SO

HALL,L

03/05/2027

04125080A6

Hillsborough Co SO

DAVIS,SERENA,J

BURNETT

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:39

0.000Air Blank 11:40

0.080Control Test 11:40

0.000Air Blank 11:40

# 1 0.176Subject Sample 11:41

2.121Breath Volume 11:41

0.000Air Blank 11:42

0.000Air Blank 11:43

# 2 0.176Subject Sample 11:44

1.648Breath Volume 11:44

0.000Air Blank 11:45

0.079Control Test 11:45

0.000Air Blank 11:46

OKDiagnostics Check 11:46

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2811/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:06

Polk County SO

DYE,BRANDON

07/05/2027

15025080A1

Lake Wales PD

HINSON,AARON,T

BROWN II

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:19

# 1 0.100Subject Sample 00:22 Volume Not Met

0.179Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.095Subject Sample 00:27 Volume Not Met

0.101Breath Volume 00:27

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:0311/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:06

Polk County SO

DYE,BRANDON

07/05/2027

15025080A1

Lake Wales PD

HINSON,AARON,T

BROWN II

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:54

0.000Air Blank 00:54

# 1 0.082Subject Sample 00:57 Volume Not Met

0.437Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.087Subject Sample 01:03 Volume Not Met

0.503Breath Volume 01:03

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:05

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:3911/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:06

Polk County SO

GARCIA,LUIS

07/05/2027

15025080A1

Winter Haven PD

DEAMARA,ANTHONY,J

TERRELL

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

# 1Subject Sample 03:22 No Sample Provided

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2Subject Sample 03:28 No Sample Provided

0.000Breath Volume 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:4111/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:25

Polk County SO

DEL MORAL,NATANAEL

07/05/2027

15025080A1

Polk County SO

DEL MORAL,NATANAEL,

BAUM

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.121Subject Sample 03:44

1.531Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.125Subject Sample 03:47

1.648Breath Volume 03:47

0.000Air Blank 03:47

0.078Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:4011/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:27

Polk County SO

HINSON,AARON

07/05/2027

15025080A1

Polk County SO

HINSON,AARON,T

RIVERA

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.081Control Test 04:49

0.000Air Blank 04:49

# 1Subject Sample 04:52 No Sample Provided

0.000Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2Subject Sample 04:58 No Sample Provided

0.000Breath Volume 04:58

0.000Air Blank 04:58

0.080Control Test 04:59

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:3111/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

18:51

Polk County SO

HINSON,AARON

07/05/2027

15025080A1

Polk County SO

HINSON,AARON,T

OWENS

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.081Control Test 19:37

0.000Air Blank 19:38

# 1 0.148Subject Sample 19:39

1.847Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.139Subject Sample 19:43

1.933Breath Volume 19:43

0.000Air Blank 19:44

0.080Control Test 19:44

0.000Air Blank 19:45

OKDiagnostics Check 19:45

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5111/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:53

Polk County SO

DEL MORAL,NATANAEL

07/05/2027

15025080A1

Polk County SO

DEL MORAL,NATANAEL,

HERNANDEZ MADRID

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

# 1 0.107Subject Sample 03:05

2.207Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.110Subject Sample 03:08

2.343Breath Volume 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:5011/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

00:30

Polk County SO

ALLEYNE,ALIYAH

07/05/2027

15025080A1

Polk County SO

JANIAK,MALIKHI,A

BENSTON JR

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.081Control Test 03:06

0.000Air Blank 03:06

# 1Subject Sample 03:09 No Sample Provided

0.000Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2Subject Sample 03:15 No Sample Provided

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.081Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:1111/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:12

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

GONZALEZ FELICIANO

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:12

0.081Control Test 20:13

0.000Air Blank 20:13

# 1 0.259Subject Sample 20:14

1.796Breath Volume 20:14

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.254Subject Sample 20:17

1.578Breath Volume 20:17

0.000Air Blank 20:18

0.078Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:4611/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:28

Polk County SO

REVERON,NATALY

07/05/2027

15025080A1

Auburndale PD

DEL MORAL,NATANAEL,

GATLIN

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:24

0.000Air Blank 21:25

0.081Control Test 21:25

0.000Air Blank 21:26

# 1 0.188Subject Sample 21:26

1.675Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.190Subject Sample 21:30

1.925Breath Volume 21:30

0.000Air Blank 21:30

0.080Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:5411/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:49

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

MANGAN

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

# 1 0.182Subject Sample 23:46

1.890Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.174Subject Sample 23:49

1.730Breath Volume 23:49

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:2211/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:23

Polk County SO

ELLIOTT,JACOB

07/05/2027

15025080A1

Polk County SO

ELLIOTT,JACOB,I

ALVAREZ

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.081Control Test 03:59

0.000Air Blank 04:00

# 1 0.068Subject Sample 04:00

1.644Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.064Subject Sample 04:03

1.636Breath Volume 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:0011/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:14

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

BOGART JR

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.081Control Test 21:26

0.000Air Blank 21:26

# 1Subject Sample 21:30 No Sample Provided

0.000Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2Subject Sample 21:35 No Sample Provided

0.000Breath Volume 21:35

0.000Air Blank 21:36

0.081Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:37

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:1911/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:27

Polk County SO

ELLIOTT,JACOB

07/05/2027

15025080A1

Polk County SO

ELLIOTT,JACOB,I

MOORE

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

# 1Subject Sample 00:10 No Sample Provided

0.000Breath Volume 00:10

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2Subject Sample 00:15 No Sample Provided

0.000Breath Volume 00:15

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:1111/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:41

Polk County SO

OUTLAW,ADAM

07/05/2027

15025080A1

Winter Haven PD

ELLIOTT,JACOB,I

JOHNSON

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:36

# 1 0.000Subject Sample 03:39 Volume Not Met

0.000Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.095Subject Sample 03:43

1.738Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 3 0.096Subject Sample 03:46

1.398Breath Volume 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:5111/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

03:59

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

OSUBA RAMOS JR

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.081Control Test 05:01

0.000Air Blank 05:02

# 1 0.137Subject Sample 05:03

2.738Breath Volume 05:03

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.138Subject Sample 05:06

3.050Breath Volume 05:06

0.000Air Blank 05:06

0.080Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 11/22/2025 05:27

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:3611/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:17

Polk County SO

OUTLAW,ADAM

07/05/2027

15025080A1

Winter Haven PD

DEL MORAL,NATANAEL,

MERCER

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.081Control Test 22:15

0.000Air Blank 22:16

# 1 0.000Subject Sample 22:18

1.148Breath Volume 22:18

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.000Subject Sample 22:21

1.320Breath Volume 22:21

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:50:3911/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:18

10:14

FHP Troop C

CONTRERA DIAZ,EDUARDO

07/05/2027

15025080A1

FHP Troop C

BELEN,MATTHEW,P

BENITEZ MOTA

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 11:44

0.000Air Blank 11:44

0.080Control Test 11:44

0.000Air Blank 11:45

# 1 0.211Subject Sample 11:45

2.972Breath Volume 11:45

0.000Air Blank 11:46

0.000Air Blank 11:48

# 2 0.217Subject Sample 11:48

2.472Breath Volume 11:48

0.000Air Blank 11:49

0.079Control Test 11:50

0.000Air Blank 11:50

OKDiagnostics Check 11:50

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:5611/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

20:25

OTHER Local

GLEASON,BRYAN

07/05/2027

15025080A1

Auburndale PD

ELBER,RYAN,C

OLIVER

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.081Control Test 21:10

0.000Air Blank 21:10

# 1 0.049Subject Sample 21:11

3.105Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:13

# 2 0.045Subject Sample 21:14

3.488Breath Volume 21:14

0.000Air Blank 21:15

0.081Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:3911/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:56

FHP Troop C

MCGEEHAN,KENNETH

07/05/2027

15025080A1

FHP Troop C

MCGEEHAN,KENNETH,L

STONE

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.081Control Test 06:02

0.000Air Blank 06:02

# 1 0.000Subject Sample 06:03

4.652Breath Volume 06:03

0.000Air Blank 06:03

0.000Air Blank 06:05

# 2 0.000Subject Sample 06:06

3.652Breath Volume 06:06

0.000Air Blank 06:06

0.081Control Test 06:07

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:0811/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:15

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

MANOSALVA

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.081Control Test 23:23

0.000Air Blank 23:23

# 1 0.234Subject Sample 23:24

2.179Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:26

# 2 0.217Subject Sample 23:27

1.582Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2011/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:05

Polk County SO

ELLIOTT,JACOB

07/05/2027

15025080A1

Polk County SO

ELIOTT,JACOB,I

COLON LOZADA

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:10

0.000Air Blank 03:10

# 1 0.048Subject Sample 03:11

3.027Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.046Subject Sample 03:14

3.085Breath Volume 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:4711/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:26

OTHER Local

JULES,EMMANUELLO

07/05/2027

15025080A1

OTHER Local

JULES,EMMANUELLO,

MCINNIS

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.080Control Test 22:47

0.000Air Blank 22:47

# 1 0.058Subject Sample 22:48

2.089Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:50

# 2 0.056Subject Sample 22:51

2.167Breath Volume 22:51

0.000Air Blank 22:51

0.078Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:0511/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:22

Polk County SO

GARCIA,LUIS

07/05/2027

15025080A1

Winter Haven PD

HINSON,AARON,T

STOVER

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.171Subject Sample 01:46 Volume Not Met

0.226Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.173Subject Sample 01:50

1.417Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 3 0.166Subject Sample 01:55

1.722Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:01:1211/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:29

07:14

Polk County SO

GRISSOM,TIMOTHY

07/05/2027

15025080A1

Polk County SO

GRISSOM,TIMOTHY,S

PAGAN

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:49

0.000Air Blank 07:50

0.081Control Test 07:50

0.000Air Blank 07:51

# 1Subject Sample 07:54 No Sample Provided

0.000Breath Volume 07:54

0.000Air Blank 07:54

0.000Air Blank 07:56

# 2Subject Sample 07:59 No Sample Provided

0.000Breath Volume 07:59

0.000Air Blank 08:00

0.081Control Test 08:00

0.000Air Blank 08:01

OKDiagnostics Check 08:01

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2411/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:01

Polk County SO

GARCIA,LUIS

07/05/2027

15025080A1

Winter Haven PD

JEUDY,RINALDO,

WILEY

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

# 1 0.226Subject Sample 01:08

1.777Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.228Subject Sample 01:11

3.785Breath Volume 01:11

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:5611/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:36

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

PACENZA

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

# 1 0.177Subject Sample 21:44

3.195Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:46

# 2 0.173Subject Sample 21:47

3.335Breath Volume 21:47

0.000Air Blank 21:48

0.079Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:1811/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:53

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

GARCIA

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.079Control Test 00:14

0.000Air Blank 00:14

# 1 0.318Subject Sample 00:18 Volume Not Met

0.203Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.000Subject Sample 00:23 Volume Not Met

0.242Breath Volume 00:23

0.000Air Blank 00:24

0.077Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3911/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:11

Polk County SO

NESTER,LOGAN

07/05/2027

15025080A1

Polk County SO

FORESTEIRE,JOSEPH,W

LI

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:03

# 1 0.168Subject Sample 04:04

1.898Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:06

# 2 0.165Subject Sample 04:07

1.535Breath Volume 04:07

0.000Air Blank 04:07

0.080Control Test 04:08 RFI Detect

0.000Air Blank 04:08

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:25:5211/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:49

07:42

Polk County SO

LAWES,ERIC

07/05/2027

15025080A1

Polk County SO

TYREE,ANDREWS,M

KELLER

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:18

0.000Air Blank 09:18

0.079Control Test 09:19

0.000Air Blank 09:19

# 1 0.181Subject Sample 09:20

1.769Breath Volume 09:20

0.000Air Blank 09:21

0.000Air Blank 09:22

# 2 0.185Subject Sample 09:23

1.488Breath Volume 09:23

0.000Air Blank 09:24

0.078Control Test 09:24

0.000Air Blank 09:25

FailDiagnostics Check 09:25 Internal Printer Test

0.000Air Blank 09:25

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:39:3311/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:20

07:00

Polk County SO

SUJECT,TEST

07/05/2027

15025080A1

Polk County SO

DAWSON,MICHAEL,E

SUBJECT

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 09:39 Internal Printer Test

0.000Air Blank 09:39

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:41:3111/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:20

07:00

Polk County SO

SUBJECT,TEST

07/05/2027

15025080A1

Polk County SO

DAWSON,MICHAEL,E

SUBJECT

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 09:41 Internal Printer Test

0.000Air Blank 09:41

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:4711/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

00:47

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

OBRIEN II

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.080Control Test 01:54

0.000Air Blank 01:54

# 1Subject Sample 01:57 No Sample Provided

0.000Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2Subject Sample 02:03 No Sample Provided

0.000Breath Volume 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:5211/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:49

Polk County SO

ELLIOTT,JACOB

07/05/2027

15025080A1

Polk County SO

ELLIOTT,JACOB,I

CLOUD

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1 0.019Subject Sample 22:29

2.503Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.018Subject Sample 22:32

2.886Breath Volume 22:32

0.000Air Blank 22:32

0.080Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:4711/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:15

Polk County SO

GIROUX,ANDREW

07/05/2027

15025080A1

Polk County SO

GIROUX,ANDREW,R

PRINCE

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.080Control Test 23:13

0.000Air Blank 23:13

# 1 0.162Subject Sample 23:14

1.648Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.159Subject Sample 23:17

2.183Breath Volume 23:17

0.000Air Blank 23:17

0.080Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 11/22/2025 05:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0011/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:00

Polk County SO

ELLIOTT,JACOB

07/05/2027

15025080A1

Polk County SO

ELLIOTT,JACOB,I

BOOTH

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.081Control Test 02:24

0.000Air Blank 02:24

# 1 0.000Subject Sample 02:25

1.640Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.000Subject Sample 02:28

2.003Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:30

Data Download Date/Time: 11/22/2025 05:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007504CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:0011/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:06

Polk County SO

OUTLAW,ADAM

07/05/2027

15025080A1

Winter Haven PD

ELLIOTT,JACOB,I

WILSON

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:51

0.000Air Blank 03:51

# 1 0.147Subject Sample 03:54 Volume Not Met

0.390Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.159Subject Sample 03:58

2.726Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 3 0.154Subject Sample 04:02

1.703Breath Volume 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:04

Data Download Date/Time: 11/22/2025 05:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007506CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:3111/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

17:17

Polk County SO

DEL MORAL,NATANAEL

03/05/2026

01524080A2

Polk County SO

DEL MORAL,NATANAEL,

BETTIS

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.081Control Test 17:41

0.000Air Blank 17:42

# 1Subject Sample 17:45 No Sample Provided

0.000Breath Volume 17:45

0.000Air Blank 17:45

0.000Air Blank 17:47

# 2Subject Sample 17:51 No Sample Provided

0.000Breath Volume 17:51

0.000Air Blank 17:51

0.082Control Test 17:51

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 12/17/2025 10:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007506CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:2111/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:35

Polk County SO

DEL MORAL,NATANAEL

03/05/2026

01524080A2

Polk County SO

DEL MORAL,NATANAEL,

THOMAS

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:47

# 1Subject Sample 01:50 No Sample Provided

0.000Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2Subject Sample 01:55 No Sample Provided

0.000Breath Volume 01:55

0.000Air Blank 01:56

0.081Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 12/17/2025 10:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007506CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:1111/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:54

Polk County SO

DEL MORAL,NATANAEL

03/05/2026

01524080A2

Polk County SO

DEL MORAL,NATANAEL,

SANDERS

10/30/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:08

# 1 0.210Subject Sample 00:08

2.125Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.213Subject Sample 00:11

1.644Breath Volume 00:11

0.000Air Blank 00:12

0.081Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 12/17/2025 10:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:5111/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:33

Highlands County SO

PANTOJA,YOSMANY

02/05/2027

00925080A4

Sebring PD

PALACIOS-FLORES,CRISTIAN,

ALEJANDRO

10/26/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:12

# 1Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 11/10/2025 01:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:40:1511/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:05

16:05

Highlands County SO

MARLOW,ROYCE

02/05/2027

00925080A4

Highlands County SO

MARLOW,ROYCE,B

STOCKS-GOODRICH

10/26/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:34

0.000Air Blank 16:34

0.082Control Test 16:35

0.000Air Blank 16:35

# 1 0.000Subject Sample 16:36

1.210Breath Volume 16:36

0.000Air Blank 16:36

0.000Air Blank 16:38

# 2 0.000Subject Sample 16:38

1.390Breath Volume 16:38

0.000Air Blank 16:39

0.081Control Test 16:39

0.000Air Blank 16:40

OKDiagnostics Check 16:40

Data Download Date/Time: 11/10/2025 01:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:3211/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:18

Highlands County SO

PANTOJA,YOSMANY

02/05/2027

00925080A4

Sebring PD

WOLVIN,WILLIAM,L

DAVIS

10/26/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:25

0.000Air Blank 15:26

0.082Control Test 15:26

0.000Air Blank 15:27

# 1 0.000Subject Sample 15:28

1.648Breath Volume 15:28

0.000Air Blank 15:29

0.000Air Blank 15:31

# 2 0.000Subject Sample 15:32

1.875Breath Volume 15:32

0.000Air Blank 15:32

0.082Control Test 15:32

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 11/10/2025 01:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2911/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:08

Highlands County SO

PONTINELA,J

02/05/2027

00925080A4

Highlands County SO

MCDANIEL,NEAL,

MARTINEZ DE LA CRUZ

10/26/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.082Control Test 03:49

0.000Air Blank 03:49

# 1Subject Sample 03:50 Subject Test Refused

0.000Breath Volume 03:50

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 11/10/2025 01:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4111/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:16

Highlands County SO

COTTO,GABRIEL

02/05/2027

00925080A4

Highlands County SO

ARMSTEAD,CAMERON,P

HUBBERT

10/26/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.081Control Test 02:41

0.000Air Blank 02:41

# 1 0.147Subject Sample 02:42

1.875Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.148Subject Sample 02:46

1.488Breath Volume 02:46

0.000Air Blank 02:46

0.077Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 11/10/2025 01:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:19:3411/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:30

08:30

Highlands County SO

ROE,ROERT

02/05/2027

00925080A4

Highlands County SO

ROE,ROBERT,D

STOCKS-GOODRICH

10/26/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:13

0.000Air Blank 09:13

0.081Control Test 09:13

0.000Air Blank 09:14

# 1 0.000Subject Sample 09:15

1.695Breath Volume 09:15

0.000Air Blank 09:15

0.000Air Blank 09:17

# 2 0.000Subject Sample 09:18

1.363Breath Volume 09:18

0.000Air Blank 09:18

0.081Control Test 09:18

0.000Air Blank 09:19

OKDiagnostics Check 09:19

Data Download Date/Time: 11/10/2025 01:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:04:4311/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:25

11:25

Highlands County SO

ROE,ROBERT

02/05/2027

00925080A4

Highlands County SO

ROE,ROBERT,D

ZAMORA

10/26/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:58

0.000Air Blank 11:59

0.081Control Test 11:59

0.000Air Blank 11:59

# 1 0.000Subject Sample 12:00

1.976Breath Volume 12:00

0.000Air Blank 12:00

0.000Air Blank 12:02

# 2 0.000Subject Sample 12:03

1.804Breath Volume 12:03

0.000Air Blank 12:03

0.083Control Test 12:04

0.000Air Blank 12:04

OKDiagnostics Check 12:04

Data Download Date/Time: 11/10/2025 01:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:02:0811/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:35

08:07

Highlands County SO

PANTOJA,YOSMANY

02/05/2027

00925080A4

Sebring PD

LOEB,BRANDON,C

HAMPTON

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:56

0.000Air Blank 08:56

0.081Control Test 08:56

0.000Air Blank 08:57

# 1 0.000Subject Sample 08:57

1.707Breath Volume 08:57

0.000Air Blank 08:58

0.000Air Blank 09:00

# 2 0.000Subject Sample 09:00

1.261Breath Volume 09:00

0.000Air Blank 09:01

0.079Control Test 09:01

0.000Air Blank 09:02

OKDiagnostics Check 09:02

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:00:0011/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

13:30

13:30

Highlands County SO

ROE,ROBERT

02/05/2027

00925080A4

Highlands County SO

ROE,ROBERT,D

HELMS

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:53

0.000Air Blank 13:54

0.082Control Test 13:54

0.000Air Blank 13:55

# 1 0.000Subject Sample 13:55

2.261Breath Volume 13:55

0.000Air Blank 13:56

0.000Air Blank 13:58

# 2 0.000Subject Sample 13:58

2.582Breath Volume 13:58

0.000Air Blank 13:59

0.082Control Test 13:59

0.000Air Blank 13:59

OKDiagnostics Check 14:00

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:10:3211/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:30

16:30

Highlands County SO

ROE,ROBERT

02/05/2027

00925080A4

Highlands County SO

ROE,ROBERT,D

STOCKS-GOODRICH

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:04

0.000Air Blank 17:04

0.082Control Test 17:05

0.000Air Blank 17:05

# 1 0.000Subject Sample 17:06

1.675Breath Volume 17:06

0.000Air Blank 17:06

0.000Air Blank 17:08

# 2 0.000Subject Sample 17:09

1.527Breath Volume 17:09

0.000Air Blank 17:09

0.082Control Test 17:09

0.000Air Blank 17:10

OKDiagnostics Check 17:10

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:4311/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

21:45

21:45

Highlands County SO

AYALA,JOSE

02/05/2027

00925080A4

Highlands County SO

AYALA,JOSE,L

PIERRE-PAUL

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:12

0.081Control Test 22:12

0.000Air Blank 22:13

# 1 0.000Subject Sample 22:13

1.664Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.000Subject Sample 22:16

1.390Breath Volume 22:16

0.000Air Blank 22:16

0.082Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:16:3211/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

07:21

Highlands County SO

KNAPP,ZACHARY

02/05/2027

00925080A4

Sebring PD

WOLVIN,WILLIAM,L

GILLMAN

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:10

0.000Air Blank 08:10

0.081Control Test 08:11

0.000Air Blank 08:11

# 1 0.000Subject Sample 08:12

1.695Breath Volume 08:12

0.000Air Blank 08:12

0.000Air Blank 08:14

# 2 0.000Subject Sample 08:15

1.886Breath Volume 08:15

0.000Air Blank 08:15

0.081Control Test 08:15

0.000Air Blank 08:16

OKDiagnostics Check 08:16

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:34:4911/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:08

14:53

Highlands County SO

PANTOJA,YOSMANY

02/05/2027

00925080A4

Sebring PD

WOLVIN,WILLIAM,L

JOHNS

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:28

0.000Air Blank 15:28

0.082Control Test 15:29

0.000Air Blank 15:29

# 1 0.126Subject Sample 15:30

3.214Breath Volume 15:30

0.000Air Blank 15:30

0.000Air Blank 15:32

# 2 0.123Subject Sample 15:33

3.332Breath Volume 15:33

0.000Air Blank 15:33

0.081Control Test 15:34

0.000Air Blank 15:34

OKDiagnostics Check 15:34

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3611/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:02

Highlands County SO

GILLIARD,S

02/05/2027

00925080A4

Sebring PD

MCDANIEL,NEAL,

LABOY

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.082Control Test 01:45

0.000Air Blank 01:45

# 1 0.193Subject Sample 01:46

1.394Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.191Subject Sample 01:49

1.628Breath Volume 01:49

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:1511/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:55

Highlands County SO

PALMERTON,KENNETH

02/05/2027

00925080A4

Highlands County SO

PALACIOS-FLORES,CRISTIAN,

GOBOURNE

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.081Control Test 02:42

0.000Air Blank 02:42

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:5911/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:54

Highlands County SO

FRAZIER,J

02/05/2027

00925080A4

Highlands County SO

MCDANIEL,NEAL,

IBARGOLLIN CARRERO

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.082Control Test 20:59

0.000Air Blank 21:00

# 1 0.253Subject Sample 21:00

1.148Breath Volume 21:00

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.258Subject Sample 21:04

1.707Breath Volume 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 12/07/2025 23:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:37:3811/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:10

11:00

Highlands County SO

PANTOJA,YOSMANY

02/05/2027

00925080A4

Sebring PD

WOLVIN,WILLIAM,L

TELLEZ

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:31

0.000Air Blank 11:31

0.081Control Test 11:31

0.000Air Blank 11:32

# 1 0.000Subject Sample 11:33

2.710Breath Volume 11:33

0.000Air Blank 11:33

0.000Air Blank 11:35

# 2 0.000Subject Sample 11:36

2.753Breath Volume 11:36

0.000Air Blank 11:36

0.081Control Test 11:37

0.000Air Blank 11:37

OKDiagnostics Check 11:37

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:48:0411/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

13:18

13:18

Highlands County SO

NONE,NONE

02/05/2027

00925080A4

Highlands County SO

ROBLES,J,V

ZAMORA

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:42

0.000Air Blank 13:42

0.081Control Test 13:42

0.000Air Blank 13:43

# 1 0.000Subject Sample 13:43

2.414Breath Volume 13:43

0.000Air Blank 13:44

0.000Air Blank 13:46

# 2 0.000Subject Sample 13:46

1.859Breath Volume 13:46

0.000Air Blank 13:47

0.081Control Test 13:47

0.000Air Blank 13:47

OKDiagnostics Check 13:48

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:0211/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:00

Highlands County SO

KNIGHT,JONATHAN

02/05/2027

00925080A4

Sebring PD

PALACIOS-FLORES,CRISTIAN,

OLMSTEAD

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.081Control Test 19:31

0.000Air Blank 19:32

# 1Subject Sample 19:32 Subject Test Refused

0.000Breath Volume 19:32

0.000Air Blank 19:33

0.081Control Test 19:33

0.000Air Blank 19:33

OKDiagnostics Check 19:34

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1111/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:38

FHP Troop F

EHRHART,RYAN

02/05/2027

00925080A4

FHP Troop F

EHRHART,RYAN,A

SHELLS

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.082Control Test 01:32

0.000Air Blank 01:32

# 1 0.218Subject Sample 01:33

2.250Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.238Subject Sample 01:36

2.199Breath Volume 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:09:5911/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:07

Highlands County SO

LETHRIDGE,JAMES

02/05/2027

00925080A4

Highlands County SO

AYALA,JOSE,L

MEJIA

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:05

0.000Air Blank 18:06

0.082Control Test 18:06

0.000Air Blank 18:06

# 1Subject Sample 18:07 Interferent Detect

1.761Breath Volume 18:07

0.000Air Blank 18:08

0.077Control Test 18:08

0.000Air Blank 18:09

FailDiagnostics Check 18:09 Analytical Stability Test

0.000Air Blank 18:09

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:0711/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:07

Highlands County SO

LETHRIDGE,JAMES

02/05/2027

00925080A4

Highlands County SO

AYALA,JOSE,L

MEJIA

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:16

0.000Air Blank 18:17

0.081Control Test 18:17

0.000Air Blank 18:18

# 1 0.239Subject Sample 18:19

1.570Breath Volume 18:19

0.000Air Blank 18:20

0.000Air Blank 18:21

# 2 0.247Subject Sample 18:22

1.894Breath Volume 18:22

0.000Air Blank 18:23

0.083Control Test 18:23

0.000Air Blank 18:24

OKDiagnostics Check 18:24

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:36:5811/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

17:07

17:07

Highlands County SO

LOEB,BRANDON

02/05/2027

00925080A4

Highlands County SO

LOEB,BRANDON,C

WATSON

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:31

0.082Control Test 17:31

0.000Air Blank 17:32

# 1 0.000Subject Sample 17:32

1.492Breath Volume 17:32

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.000Subject Sample 17:35

1.210Breath Volume 17:35

0.000Air Blank 17:36

0.083Control Test 17:36

0.000Air Blank 17:36

OKDiagnostics Check 17:36

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:3211/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

19:20

17:20

Highlands County SO

SVENDEN,C

02/05/2027

00925080A4

Highlands County SO

SVENDEN,CANDY,E

PIERRE-PAUL

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.082Control Test 19:46

0.000Air Blank 19:46

# 1 0.000Subject Sample 19:47

2.152Breath Volume 19:47

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.000Subject Sample 19:50

1.175Breath Volume 19:50

0.000Air Blank 19:50

0.081Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:38:0011/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

17:29

DeSoto County SO

SANTANA,ELIO

06/05/2025

22521080A1

DeSoto County SO

TOVAR,LUIS,D

FUSSELL

11/11/2025

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:31

0.078Control Test 18:32

0.000Air Blank 18:32

# 1 0.323Subject Sample 18:33

3.687Breath Volume 18:33

0.000Air Blank 18:34

0.000Air Blank 18:35

# 2 0.314Subject Sample 18:36

2.859Breath Volume 18:36

0.000Air Blank 18:37

0.070Control Test 18:37 Control Outside Tolerance

0.000Air Blank 18:38

Data Download Date/Time: 12/30/2025 19:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:0611/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:56

DeSoto County SO

RIOS,DANIELLE

06/05/2025

22521080A1

Arcadia PD

WALKER,NICHOLAS,J

HERNANDEZ

11/11/2025

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.078Control Test 21:34

0.000Air Blank 21:34

# 1 0.159Subject Sample 21:35

1.265Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:37

# 2 0.165Subject Sample 21:38

1.238Breath Volume 21:38

0.000Air Blank 21:39

0.078Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 12/30/2025 19:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:2411/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:13

DeSoto County SO

DIAMOND,CAMERON

03/05/2027

22521080A1

DeSoto County SO

WALKER,NICHOLAS,J

CONTRERES

11/11/2025

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.078Control Test 00:54

0.000Air Blank 00:55

# 1 0.197Subject Sample 00:55

2.347Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.207Subject Sample 00:58

2.246Breath Volume 00:58

0.000Air Blank 00:59

0.077Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 12/30/2025 19:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:1611/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:40

DeSoto County SO

MILEY,CARL

03/05/2027

04125080A5

DeSoto County SO

WALKER,NICHOLAS,J

BURNS

11/11/2025

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.078Control Test 23:15

0.000Air Blank 23:16

# 1 0.000Subject Sample 23:16

1.652Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.000Subject Sample 23:19

2.621Breath Volume 23:19

0.000Air Blank 23:20

0.078Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 12/30/2025 19:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2011/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:28

St. John's County SO

CARROLL,JERRY

02/13/2028

403268835

St. John's County SO

CARROLL,JERRY,F

BOLIC

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.081Control Test 22:21

0.000Air Blank 22:21

# 1 0.119Subject Sample 22:22

3.035Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.118Subject Sample 22:25

2.031Breath Volume 22:25

0.000Air Blank 22:26

0.081Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4311/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

00:00

St. John's County SO

BAILEY,DEREK

02/13/2028

403268835

St. John's County SO

CARROLL,JERRY,F

ORTEGA GONZALEZ

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.081Control Test 00:29

0.000Air Blank 00:29

# 1 0.140Subject Sample 00:31

1.261Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.133Subject Sample 00:34

1.253Breath Volume 00:34

0.000Air Blank 00:34

0.080Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:4211/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

22:50

FHP Troop G

POWERS,ABIGAYLE

02/13/2028

403268835

FHP Troop G

POWERS,ABIGAYLE,A

SOUTO

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.081Control Test 00:59

0.000Air Blank 00:59

# 1 0.108Subject Sample 01:00

2.406Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.097Subject Sample 01:03

4.062Breath Volume 01:03

0.000Air Blank 01:03

0.080Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:2511/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

04:02

St. John's County SO

MIGLIACCIO,NICHOLAS

02/13/2028

403268835

St. John's County SO

MIGLIACCIO,NICHOLAS,M

ZMIJEWSKI

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

# 1 0.214Subject Sample 04:37

2.058Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.209Subject Sample 04:40

1.554Breath Volume 04:40

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:0811/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:39

Miami PD

FRASER,JAMES

04/28/2026

402732434

Miami PD

WHITE,AVERY,D

LOPEZ

11/20/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:04

0.080Control Test 19:05

0.000Air Blank 19:05

# 1 0.124Subject Sample 19:06

1.335Breath Volume 19:06

0.000Air Blank 19:07

0.000Air Blank 19:08

# 2 0.119Subject Sample 19:09

2.253Breath Volume 19:09

0.000Air Blank 19:10

0.079Control Test 19:10

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 12/18/2025 13:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:2311/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:56

Miami PD

HEREDIA RUBIO,ROBERTO

04/28/2026

402732434

Miami PD

HEREDIA RUBIO,ROBERTO,A

CASTRO

11/20/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.080Control Test 23:57

0.000Air Blank 23:57

# 1Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 12/18/2025 13:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:41:3411/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

09:19

Miami PD

GUERRIER,K

04/28/2026

402732434

Miami PD

DIXON,CHRIS,P

GUTIERREZ GARCIA

11/20/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:38

0.000Air Blank 11:38

0.080Control Test 11:39

0.000Air Blank 11:39

# 1Subject Sample 11:40 Subject Test Refused

0.000Breath Volume 11:40

0.000Air Blank 11:40

0.080Control Test 11:40

0.000Air Blank 11:41

OKDiagnostics Check 11:41

Data Download Date/Time: 12/18/2025 13:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.


