Florida Department of  Date In_4/15/2022

L.aw Enforcement
Intake
& Annual
{ Registration
@ Return from CM! / EE

Visual Inspection:

@ Case & Handle

& Keyboard & Dry Gas Shelf
& Feet & Breath Tube

® Ports @ Screws Tight

Other Equipment/ Accessories:
& Power cord (O Printer Cable
@ Static Bag U 12v DC Cable

Notes:

INSTRUMENT PROCESSING SHEET

Agency Broward County Sheriff's Office

S/N_80-007008

& Stability Checks

70.050

@ Replace External O-Rings

& Instrument Set Up Verified
# R-Value 169

@ Flow Verification (L/s)

Flow Column # ATP106

32 mm 0.148 (.139 - .169)
36 mm 0.171 {.156 - .190)
53 mm 0.234 (.228 -.278)
103 mm 0.496 (.447 - .547)

B8 Barometric Pressure Check
Gauge ID #28199

DI Completion Date 4/18/2022

@ship OP/U OH/D QOcmi QEE

Flow Column #
O 51/min—17mm
0 15L/min - 53mm
Tl 30L/min ~ 103mm
C R-Value
(1 Post Calibration Verification (L/s)
Flow Column #

32 mm (.139 -.169)
36 mm (.156 - .190)
53 mm (.228 - .278)
103 mm (.447 - .547)

Battery Replacemen
U Dry Gas Regulator Replacement
O Breath Tube Replacement
{1 Other

| Calibration Adjustmen

202201C
MP6286 5371172024
0.080 202201D
MPB287 1™51/18/2024
0.200 poogs | 202201
62 01/18/2024
0.080DGs | N/A AG115904
08/202

Gauge 1013

| Barometric Pressure IDH 68639

Instrument 1013

~0.000

Mouth Alcohol Solution Lot # 2021-D
Acetone Stqck SQI’uti’oprQt #’

21-C

MP6284

Interferent MP6285

0.050 MP6286

0.080 DGS N/A 0.080 MP6287
0.200

Simulator | Serial #
0.050

CI Post Calibration Adjustment Stability Checks

MP6288

_Attachment
B Form 41

0.080

0.200

0.080 DGS N/A

Notes/Suggested Service: | had to go to the level 2 menu

after the Department Inspection to upload the data.

DERR

FDLE/ATP Form 48 January 2022

Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED

For Internal ATP Use ONLY

& Stability Checks
& Calibration Certificate
U Calibration Adjustment

{1 Post-Stability Chec
(1 Flow Calibration
@ Form 40

@ Other Form 51

Page 1 of 1
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: BROWARD COUNTY SO Serial Number: 80-007008
Time of Inspection: 09:38 Date of Inspection: 04/18/2022 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/2101L) Lot#:202201C Lot#:202201D Lot#:202201E (g/210L)

Exp: 01/11/2024 Exp: 01/18/2024 Exp: 01/18/2024 Lot#:AG115904
Exp: 06/08/2023

0.000 0.048 0.078 0.200 0.079

0.000 0.048 0.078 0.200 0.079

0.000 0.047 0.078 0.199 0.079

0.000 0.048 0.078 0.199 0.079

0.000 0.048 0.077 0.200 0.079

0.000 0.048 0.078 0.200 0.079

0.000 0.048 0.078 0.200 0.079

0.000 0.048 0.078 0.200 0.079

0.000 0.048 0.077 0.200 0.079

0.000 0.048 0.078 0.201 Q.079
Standard Deviations | 0.0003 0.0004 0.0005 0.0000

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DAVID E REYES-RIVERA

Signature and Printed Name

04/18/2022
Date

FDLE/ATP Form 41 —Revised August 2005
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Return Material Authorization

Ship to: CMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: Anaya Frazier on 2/18/2021
items Returned: . Instrument X  Supplies O Other (O Describe:

Instrument Model: Intoxilyzer 8000 Serial Number: 80-007008

Bill To Address: Ship to Address:

Broward County Sheriff’s Office FDLE FMROC

200 NW 27TH AVE DUI BAT UNIT _FT. 4700 Terminal Drive Suite 1

LAUDERDALE, FL 33311 Ft. Myers, FL 33907

Reason for Return:

Instrument has a flow resting value of 76 will be sent to CMI for repair

Please choose one of the following options:

HER , authorize all repairs.

(12 , authorize repairs up to $

3. lrequire an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Anaya Frazier

Phone #: 954 321-4849 Email: Brittany_Armstrong@sheriff.org
ATP Contact Name: _David Reyes ATP Email: _davidreyes@fdie.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only










Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000
Agency: BROWARD COUNTY SO Serial Number: 80-007008
Time of Inspection: 10:32 Date of Inspection: 10/17/2022 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcochol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202201C Lot#:202201D Lot#:202201E (g/210L)
Exp: 01/11/2024 Exp: 01/18/2024 Exp: 01/18/2024 Lot#:00521080A2
Exp: 02/05/2023
0.000 0.048 0.077 0.200 0.080
0.000 0.048 0.077 0.200 0. 079
0.000 0.048 0.077 0.200 0.080
0.000 0.048 0.078 0.199 0.080
0.000 0.048 0.078 0.200 0.079
0.000 0.048 0.077 0.200 0.079
0.000 0.049 0.078 0.200 0.080
0.000 0.049 0.077 0.200 0.080
0.000 0.048 0.078 0.199 0.080
0.000 0.048 0.078 0.200 0.079
Standard Deviations | 0.0004 0.0005 0.0004 0.0005
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above instrument complies (

X ) does not comply ( ) wi

th Chapter 11D-8, FAC.

I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DAVID E REYES-RIVERA

Signature and Printed Name

10/17/2022
Date

FDLE/ATP Form 41 —Revised August 2005




Performed By

Type of Test Serial Number | Agency Date
Stabilities 80-007008 Broward County Sheriff’s Office 10/17/2022 DERR 4/
7=
0.05g/210L 0.08g/210L y 0.20g/210L / DGS 0.08g/210L
0.047t00.053 [V | 0.077t00.083 [ /] 0.194 t0 0.206 [/ 0.077 t0 0.083[ V|
BROWARD COUNTY SO BROKARD COUNTY SO BROWARD COUNTY SO 4 BROWARD COUNTY SO
Intoxilyzer - Alcohol Rnalyzer Intoxi lyzer - Alcohol Analyzer Intoxilyzer - Rlcohol Analyzer Intoxilyzer - Rloohol Analyzer
Hodel 8000 SN 80-007008 Hode! 8000 SH 80-007008 fodel 8000 SN 80-007008 fode! 8000 SN 80-007008
1041272022 1071772022 WAz J 1772022
Softuare: 8100.27 Softuare: 8100.27 Seftuare: 8100.27 Softuare: 8100.27
Test gLt Tine Test gfeliL Tine Test gf210L Tine Test gf210L Tine
Air Blank 0.000 08:17 Rir Blank 2,000 18:22 Air Blank 0.000 08:27 fir Blank 0.000 08:31
Control Test  0.043 0818 Control Test 0,079 08:23 Control Test  0.201 13:28 Control Test 0,07 4
Air Blank ~* 0.000 08:13 Air Blank 0.000 08:23 Rir Blank 0.000 08:2 Air Blank 0.000 TR
Control Test 0.148 18:18 Contral Test 0.979 08:24 Control Test 0.200 08:29 Control Test 0.080 08:33
Rir Blank 0.000 08:20 Rir Blank 0.000 08225 Rir Blank 0.800 08:23 Air Blank 0.000 08:33
Control Test §.043 08:20 Control Test 0.078 (8:25 Control Test 0.200 08:30 Control Test 0.080 08:33
Air Blank 0,000 08:2l Rir Blank 4,000 08:26 Rir Blank 0.000 08:31 Rir Blank 0.000 08:34
Control Test Stats Control Test Stats Control Test Stats Control Test Stats
fugrage - 0.0483 Auerage 0.0790 fluerage 0.2003 Auerage 0.0797
Std Dev 0.0006 5td Dey 0.0000 Std Dev 0,0006 Std Dey 0.000e
Rel Std Dev(z) 1.1845 Rel Std Deu(?>  0.0000 Rel Std Dev(?) 10.2882 Rel Std Dev(y 0.7247
k Operatar”s Signature , ________ Operator”s Signature Operator’s Signatare T Gperators Signature
| !

i
)
@4



