
80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5512/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:27

Manatee County SO

PAULUS,CASEY

09/10/2027

403141809

Manatee County SO

PAULUS,CASEY,E

ROLON

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.081Control Test 03:25

0.000Air Blank 03:25

# 1 0.164Subject Sample 03:27

1.730Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.180Subject Sample 03:30

2.109Breath Volume 03:30

0.000Air Blank 03:30

0.078Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4612/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:08

Manatee County SO

COOK,AUSTIN

09/10/2027

403141809

Manatee County SO

COOK,AUSTIN,W

KARAJIAN

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.081Control Test 01:15

0.000Air Blank 01:15

# 1 0.242Subject Sample 01:17

1.402Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:19

# 2 0.244Subject Sample 01:21

1.214Breath Volume 01:21

0.000Air Blank 01:21

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:20:2512/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:55

13:19

Palmetto PD

TAYLOR,JONATHAN

09/10/2027

403141809

Palmetto PD

TAYLOR,JONATHAN,D

CAUDILLO PINEDA

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:15

0.000Air Blank 14:16

0.081Control Test 14:16

0.000Air Blank 14:17

# 1 0.259Subject Sample 14:18

1.875Breath Volume 14:18

Air Blank 14:19 Purge Fail

Air Blank 14:20 Purge Fail

Data Download Date/Time: 12/22/2025 14:22

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:31:0112/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:55

13:19

Palmetto PD

TAYLOR,JONATHAN

09/10/2027

403141809

Palmetto PD

TAYLOR,JONATHAN,D

CAUDILLO PINEDA

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:30

Air Blank 14:30 Ambient Fail

0.000Air Blank 14:31

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:0712/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:17

Manatee County SO

PAULUS,CASEY

09/10/2027

403141809

Manatee County SO

PAULUS,CASEY,E

FERNANDEZ

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.080Control Test 04:14

0.000Air Blank 04:14

# 1 0.108Subject Sample 04:15

1.789Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.103Subject Sample 04:18

1.335Breath Volume 04:18

0.000Air Blank 04:19

0.079Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:5712/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

18:29

FHP Troop F

EHRHART,RYAN

09/10/2027

403141809

FHP Troop F

EHRHART,RYAN,A

MCTIGUE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

0.000Air Blank 19:39

0.080Control Test 19:39

0.000Air Blank 19:39

# 1Subject Sample 19:41 Subject Test Refused

0.000Breath Volume 19:41

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2412/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:33

Manatee County SO

BONNET,GREGORY

09/10/2027

403141809

Bradenton PD

CALDWELL,COLIN,M

JOSEPH

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.326Subject Sample 01:23

2.449Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.320Subject Sample 01:26

2.273Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:3812/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:01

Manatee County SO

BROWN,SARAH

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

DAY

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:11

# 1 0.000Subject Sample 01:12

2.390Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.000Subject Sample 01:15

2.371Breath Volume 01:15

0.000Air Blank 01:15

0.081Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:57:5612/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:30

11:21

Manatee County SO

MONTEMAGNO,CARLO

09/10/2027

403141809

Manatee County SO

MONTEMAGNO,CARLO,C

NORRIS

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:50

0.000Air Blank 12:50

0.080Control Test 12:51

0.000Air Blank 12:51

# 1 0.232Subject Sample 12:53

2.882Breath Volume 12:53

0.000Air Blank 12:54

0.000Air Blank 12:55

# 2 0.234Subject Sample 12:56

1.585Breath Volume 12:56

0.000Air Blank 12:57

0.079Control Test 12:57

0.000Air Blank 12:57

OKDiagnostics Check 12:57

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:0212/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:11

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

SPRINGMAN,JASON,L

ROOPNARINE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:56

0.080Control Test 19:56

0.000Air Blank 19:56

# 1 0.153Subject Sample 19:57

1.335Breath Volume 19:57

0.000Air Blank 19:58

0.000Air Blank 19:59

# 2 0.149Subject Sample 20:00

2.503Breath Volume 20:00

0.000Air Blank 20:01

0.080Control Test 20:01

0.000Air Blank 20:01

OKDiagnostics Check 20:02

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:4812/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:37

Manatee County SO

SIMANDL,REAGHN

09/10/2027

403141809

Manatee County SO

SIMANDL,REAGHN,S

STALOWSKI

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.081Control Test 23:52

0.000Air Blank 23:52

# 1 0.102Subject Sample 23:53

1.121Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.089Subject Sample 23:59

1.496Breath Volume 23:59

0.000Air Blank 23:59

0.068Control Test 00:00 Control Outside Tolerance

0.000Air Blank 00:00

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:4812/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:37

Manatee County SO

SIMANDL,REAGHN

09/10/2027

403141809

Manatee County SO

SIMANDL,REAGHN,S

STALOWSKI

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.076Control Test 00:03

Air Blank 00:04 Purge Fail

Air Blank 00:04 Purge Fail

Data Download Date/Time: 12/22/2025 14:22

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:4212/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:40

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

SPRINGMAN,JASON,L

ROUSHIA

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.081Control Test 00:12

0.000Air Blank 00:12

# 1Subject Sample 00:15 No Sample Provided

0.000Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2Subject Sample 00:21 No Sample Provided

0.000Breath Volume 00:21

0.000Air Blank 00:21

0.082Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:0012/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

22:40

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

SPRINGMAN,JASON,L

ROUSHIA

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.082Control Test 01:05

0.000Air Blank 01:05

# 1 0.000Subject Sample 01:06

1.226Breath Volume 01:06

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.000Subject Sample 01:09

2.304Breath Volume 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:11

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:1312/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:00

Manatee County SO

MACDERMOTT,JOSEPH

09/10/2027

403141809

Manatee County SO

MACDERMOTT,JOSEPH,B

MARR

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:37

0.000Air Blank 05:37

0.081Control Test 05:37

0.000Air Blank 05:38

# 1 0.175Subject Sample 05:39

1.484Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:41

# 2 0.171Subject Sample 05:42

1.933Breath Volume 05:42

0.000Air Blank 05:43

0.079Control Test 05:43

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:2012/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:05

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

SPRINGMAN,JASON,L

SAVILLE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.081Control Test 22:15

0.000Air Blank 22:16

# 1 0.160Subject Sample 22:17

2.050Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.149Subject Sample 22:21

1.449Breath Volume 22:21

0.000Air Blank 22:22

0.079Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:5412/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:15

Manatee County SO

BROWN,SARAH

09/10/2027

403141809

Manatee County SO

BROWN,SARAH,A

RAMIREZ ROQUE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.131Subject Sample 03:23

2.816Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:25

# 2 0.135Subject Sample 03:26

3.906Breath Volume 03:26

0.000Air Blank 03:26

0.081Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:0112/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:24

Manatee County SO

PAULUS,CASEY

09/10/2027

403141809

Manatee County SO

PAULUS,CASEY,E

MASON

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:42

# 1 0.170Subject Sample 19:43

2.000Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:45

# 2 0.168Subject Sample 19:46

2.582Breath Volume 19:46

0.000Air Blank 19:47

0.077Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:48

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:0812/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

18:35

Manatee County SO

SPRINGMAN,JASON

09/10/2027

403141809

Manatee County SO

SPRINGMAN,JASON,L

AUGOSHE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.081Control Test 23:00

0.000Air Blank 23:01

# 1 0.000Subject Sample 23:01

1.785Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.000Subject Sample 23:04

1.949Breath Volume 23:04

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 12/22/2025 14:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:1012/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:31

Flagler County SO

HARMON,TYLER

10/05/2027

23725080A2

Flagler County SO

HARMON,TYLER,S

COWDELL

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.081Control Test 04:26

0.000Air Blank 04:26

# 1 0.031Subject Sample 04:27

1.921Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 2 0.030Subject Sample 04:30

1.726Breath Volume 04:30

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:1712/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:47

Flagler County SO

JACQUES,A

10/05/2027

23725080A2

Flagler County SO

HARMON,TYLER,S

BISCIOTTI

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.081Control Test 20:00

0.000Air Blank 20:00

# 1 0.085Subject Sample 20:02

1.464Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.081Subject Sample 20:05

1.156Breath Volume 20:05

0.000Air Blank 20:06

0.080Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:1212/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:57

16:24

Flagler County SO

BOYER,D

10/05/2027

23725080A2

Flagler County SO

FAIRCLOTH,EDWARD,W

DOLCE

11/14/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:17

0.000Air Blank 18:18

0.080Control Test 18:18

0.000Air Blank 18:19

# 1 0.169Subject Sample 18:19

2.074Breath Volume 18:19

0.000Air Blank 18:20

0.000Air Blank 18:22

# 2 0.164Subject Sample 18:22

1.710Breath Volume 18:22

0.000Air Blank 18:23

0.079Control Test 18:23

0.000Air Blank 18:24

OKDiagnostics Check 18:24

Data Download Date/Time: 12/11/2025 08:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:1012/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:29

Flagler County SO

TORRES,B

10/05/2027

23725080A2

Flagler County SO

HARMON,TYLER,S

RONNENBURG

12/11/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.081Control Test 23:01

0.000Air Blank 23:01

# 1 0.000Subject Sample 23:02

2.523Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.000Subject Sample 23:05

1.507Breath Volume 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 01/16/2026 13:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0712/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

00:06

Flagler County SO

CHOHAN,K

10/05/2027

23725080A2

Flagler County SO

HARMON,TYLER,S

PENWELL

12/11/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.081Control Test 03:33

0.000Air Blank 03:33

# 1Subject Sample 03:35 Subject Test Refused

0.000Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 01/16/2026 13:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:5012/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:36

15:21

Flagler Beach PD

COFFMAN,DYLAN

10/05/2027

23725080A2

Flagler Beach PD

COFFMAN,DYLAN,R

PLUMLEY

12/11/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:56

0.000Air Blank 18:56

0.081Control Test 18:57

0.000Air Blank 18:57

# 1 0.086Subject Sample 18:58

1.152Breath Volume 18:58

0.000Air Blank 18:59

0.000Air Blank 19:00

# 2 0.080Subject Sample 19:02

1.148Breath Volume 19:02

0.000Air Blank 19:02

0.080Control Test 19:03

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 01/16/2026 13:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:0512/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:31

Flagler County SO

BLAKE,PAIGE

10/05/2027

23725080A2

Flagler County SO

BLAKE,PAIGE,A

GAMBRELL

12/11/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:11

# 1 0.243Subject Sample 03:12

2.285Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.241Subject Sample 03:15

2.550Breath Volume 03:15

Air Blank 03:16 RFI Detect

0.000Air Blank 03:17

Data Download Date/Time: 01/16/2026 13:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4012/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:31

Flagler County SO

BLAKE,PAIGE

10/05/2027

23725080A2

Flagler County SO

BLAKE,PAIGE,A

GAMBRELL

12/11/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.253Subject Sample 03:21

2.406Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.259Subject Sample 03:24

2.367Breath Volume 03:24

0.000Air Blank 03:25

0.078Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 01/16/2026 13:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3012/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:25

FHP Troop G

CAPELA,JORDAN

10/05/2027

23725080A2

FHP Troop G

CAPELA,JORDAN,A

HATGIDEK

12/11/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.082Control Test 03:37

0.000Air Blank 03:38

# 1 0.101Subject Sample 03:38

4.363Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.093Subject Sample 03:41

3.207Breath Volume 03:41

0.000Air Blank 03:42

0.081Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 01/16/2026 13:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:1612/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:10

FHP Troop G

MONTGOMERY,KENNETH

10/05/2027

23725080A2

FHP Troop G

MONTGOMERY,KENNETH,R

STRAWBRIDGE

12/11/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

# 1Subject Sample 01:01 RFI Detect

1.402Breath Volume 01:01

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 01/16/2026 13:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:0612/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:10

FHP Troop G

MONTGOMERY,KENNETH

10/05/2027

23725080A2

FHP Troop G

MONTGOMERY,KENNETH,R

STRAWBRIDGE

12/11/2025

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

# 1 0.226Subject Sample 01:06

2.414Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.220Subject Sample 01:09

2.796Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 01/16/2026 13:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4112/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:37

Boca Raton PD

HARRISON,DANIELLE

05/05/2027

08425080A2

Boca Raton PD

ROSARIO,JONATHAN,G

ALDANA

12/09/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.077Control Test 03:40

0.000Air Blank 03:41

# 1Subject Sample 03:43 Subject Test Refused

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.079Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 01/13/2026 16:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:15:0412/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

15:07

Boca Raton PD

FELIX,R

05/05/2027

08425080A2

Boca Raton PD

CRAWFORD,A,

MILLSTONE

12/09/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:12

0.000Air Blank 16:12

0.076Control Test 16:12

0.000Air Blank 16:13

# 1Subject Sample 16:13 Subject Test Refused

0.000Breath Volume 16:13

0.000Air Blank 16:14

0.077Control Test 16:14

0.000Air Blank 16:14

OKDiagnostics Check 16:15

Data Download Date/Time: 01/13/2026 16:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:31:0612/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:38

14:41

Boca Raton PD

LEONARD,SETH

05/05/2027

08425080A2

Boca Raton PD

HARRISON,DANIELLE,M

PARRILLA

12/09/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:28

0.000Air Blank 16:28

0.077Control Test 16:28

0.000Air Blank 16:29

# 1Subject Sample 16:29 Subject Test Refused

0.000Breath Volume 16:29

0.000Air Blank 16:30

0.078Control Test 16:30

0.000Air Blank 16:31

OKDiagnostics Check 16:31

Data Download Date/Time: 01/13/2026 16:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1612/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:55

Boca Raton PD

RAMUNNI,FRANCESCO

05/05/2027

08425080A2

Boca Raton PD

NAVA,TIMO,J

PAVLOV

12/09/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.078Control Test 02:59

0.000Air Blank 02:59

# 1 0.183Subject Sample 03:02 Volume Not Met

0.761Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.163Subject Sample 03:08 Volume Not Met

0.144Breath Volume 03:08

0.000Air Blank 03:09

0.076Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 01/13/2026 16:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:0412/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:55

Boca Raton PD

RAMUNNI,FRANCESCO

05/05/2027

08425080A2

Boca Raton PD

NAVA,TIMO,J

PAVLOV

12/09/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.076Control Test 03:15

0.000Air Blank 03:16

# 1 0.162Subject Sample 03:19 Volume Not Met

0.359Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.182Subject Sample 03:25 Volume Not Met

0.093Breath Volume 03:25

0.000Air Blank 03:26

0.075Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:27

Data Download Date/Time: 01/13/2026 16:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0812/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:55

Boca Raton PD

RAMUNNI,FRANCESCO

05/05/2027

08425080A2

Boca Raton PD

NAVA,TIMO,J

PAVLOV

12/09/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.075Control Test 03:33

0.000Air Blank 03:33

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:34

0.077Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 01/13/2026 16:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:5612/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:24

17:11

Boca Raton PD

HARRISON,DANIELLE

05/05/2027

08425080A2

Boca Raton PD

TIMONEY,RYAN,P

GALLAGHER

12/09/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:50

0.000Air Blank 17:50

0.077Control Test 17:50

0.000Air Blank 17:51

# 1 0.171Subject Sample 17:54 Volume Not Met

0.066Breath Volume 17:54

0.000Air Blank 17:55

0.000Air Blank 17:56

# 2 0.175Subject Sample 18:00 Volume Not Met

0.078Breath Volume 18:00

0.000Air Blank 18:00

0.076Control Test 18:01

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 01/13/2026 16:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:1212/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:55

Boca Raton PD

GOLDEN,L

05/05/2027

08425080A2

Boca Raton PD

CRAWFORD,A,

RODRIGUES

12/09/2025

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.078Control Test 21:02

0.000Air Blank 21:02

# 1 0.110Subject Sample 21:03

2.503Breath Volume 21:03

0.000Air Blank 21:04

0.000Air Blank 21:05

# 2 0.107Subject Sample 21:06

2.390Breath Volume 21:06

0.000Air Blank 21:07

0.078Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 01/13/2026 16:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5012/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:39

FHP Troop E

CRUZ,ISRAEL

08/29/2027

403135736

FHP Troop E

CRUZ,ISRAEL,I

MENA MEDINA

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

# 1 0.134Subject Sample 04:30

1.585Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.139Subject Sample 04:34

1.605Breath Volume 04:34

0.000Air Blank 04:34

0.080Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 12/30/2025 15:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:2412/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:30

FHP Troop E

SANDOVAL ORTEGA,LUIS

08/29/2027

403135736

FHP Troop E

PEREZ,HENRY,

VISBAL

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.105Subject Sample 02:11

1.511Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.097Subject Sample 02:14

1.890Breath Volume 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 12/30/2025 15:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:1912/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:01

FHP Troop E

CRUZ,ISRAEL

08/29/2027

403135736

FHP Troop E

CRUZ,ISRAEL,I

MEJICANO

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.081Control Test 23:16

0.000Air Blank 23:16

# 1 0.000Subject Sample 23:17

2.093Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.000Subject Sample 23:19

1.824Breath Volume 23:19

0.000Air Blank 23:20

0.079Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 12/30/2025 15:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:1312/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:21

FHP Troop E

CRUZ,ISRAEL

08/29/2027

403135736

FHP Troop E

CRUZ,ISRAEL,I

REYES

12/30/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.081Control Test 23:29

0.000Air Blank 23:30

# 1 0.129Subject Sample 23:30

1.765Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.133Subject Sample 23:33

1.121Breath Volume 23:33

0.000Air Blank 23:34

0.081Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 01/30/2026 18:12

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:1012/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:54

Palmetto PD

JOHNS,JUSTIN

08/13/2028

403419188

Palmetto PD

JOHNS,JUSTIN,A

CARABANTES REYES

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.080Control Test 04:47

0.000Air Blank 04:47

# 1 0.098Subject Sample 04:50 Volume Not Met

0.261Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.108Subject Sample 04:54

1.441Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:56

# 3 0.105Subject Sample 04:57

2.300Breath Volume 04:57

0.000Air Blank 04:58

0.077Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 01/12/2026 15:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:02:0712/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:20

06:50

Manatee County SO

NOVAK,CHRISTOPHER

08/13/2028

403419188

Manatee County SO

NOVAK,CHRISTOPHER,

JEAN

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:53

0.000Air Blank 07:53

0.080Control Test 07:54

0.000Air Blank 07:54

# 1 0.161Subject Sample 07:57 Volume Not Met

0.328Breath Volume 07:57

0.000Air Blank 07:58

0.000Air Blank 08:00

# 2Subject Sample 08:00 Subject Test Refused

0.000Breath Volume 08:00

0.000Air Blank 08:01

0.078Control Test 08:01

0.000Air Blank 08:02

OKDiagnostics Check 08:02

Data Download Date/Time: 01/12/2026 15:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:1412/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:20

Palmetto PD

JOHNS,JUSTIN

08/13/2028

403419188

Palmetto PD

JOHNS,JUSTIN,A

PEREZ CRUZ

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.081Control Test 21:25

0.000Air Blank 21:25

# 1 0.108Subject Sample 21:26

3.171Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:28

# 2 0.109Subject Sample 21:29

3.218Breath Volume 21:29

0.000Air Blank 21:30

0.078Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 01/12/2026 15:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:3612/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

22:54

Holmes Beach PD

ADKINS,ANDREW

08/13/2028

403419188

Holmes Beach PD

ADKINS,ANDREW,R

JACKSON

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:19

# 1 0.100Subject Sample 00:20

1.308Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.094Subject Sample 00:24

1.753Breath Volume 00:24

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 01/12/2026 15:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:4612/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:36

Manatee County SO

SIMANDL,REAGHN

08/13/2028

403419188

Manatee County SO

SIMANDL,REAGHN,S

WOODSIDE

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:44

0.000Air Blank 21:44

0.080Control Test 21:44

0.000Air Blank 21:45

# 1 0.082Subject Sample 21:45

1.992Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.075Subject Sample 21:49

1.351Breath Volume 21:49

0.000Air Blank 21:49

0.080Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 01/12/2026 15:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:42:2812/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:07

15:36

Bradenton PD

HASS,MALIK

08/13/2028

403419188

Bradenton PD

HASS,MALIK,

WELSH

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:31

0.081Control Test 17:31

0.000Air Blank 17:32

# 1Subject Sample 17:35 No Sample Provided

0.000Breath Volume 17:35

0.000Air Blank 17:35

0.000Air Blank 17:37

# 2Subject Sample 17:41 No Sample Provided

0.000Breath Volume 17:41

0.000Air Blank 17:41

0.082Control Test 17:41

0.000Air Blank 17:42

OKDiagnostics Check 17:42

Data Download Date/Time: 01/12/2026 15:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:5512/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:12

Manatee County SO

PAULUS,CASEY

08/02/2028

403411042

Manatee County SO

PAULUS,CASEY,E

JIMENES MEZA

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

# 1 0.134Subject Sample 23:43

1.765Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:45

# 2 0.129Subject Sample 23:46

2.441Breath Volume 23:46

0.000Air Blank 23:47

0.076Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:5412/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:24

Manatee County SO

VANOVER,ANDREW

08/02/2028

403411042

Manatee County SO

VANOVER,ANDREW,P

JESSE

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.080Control Test 21:52

0.000Air Blank 21:52

# 1 0.264Subject Sample 21:53

2.687Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:55

# 2 0.264Subject Sample 21:56

2.171Breath Volume 21:56

0.000Air Blank 21:56

0.077Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:0712/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:45

Manatee County SO

VANOVER,ANDREW

08/02/2028

403411042

Manatee County SO

VANOVER,ANDREW,P

REYES

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

# 1 0.198Subject Sample 01:15

2.148Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:17

# 2 0.199Subject Sample 01:18

1.320Breath Volume 01:18

0.000Air Blank 01:19

0.077Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:5712/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

23:08

Manatee County SO

VANOVER,ANDREW

08/02/2028

403411042

Manatee County SO

VANOVER,ANDREW,P

ANDERSON

11/10/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.081Control Test 23:39

0.000Air Blank 23:39

# 1 0.244Subject Sample 23:40

2.332Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:42

# 2 0.239Subject Sample 23:43

2.714Breath Volume 23:43

0.000Air Blank 23:44

0.077Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 12/22/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4412/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:41

FHP Troop F

HUSBANDS,TYLER

08/02/2028

403411042

FHP Troop F

HUSBANDS,TYLER,J

NELSON

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

# 1 0.212Subject Sample 04:44

2.398Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2Subject Sample 04:50 No Sample Provided

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 3Subject Sample 04:53 Subject Test Refused

0.000Breath Volume 04:53

0.000Air Blank 04:53

0.080Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:51:0612/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:20

06:50

Manatee County SO

NOVAK,CHRISTOPHER

08/02/2028

403411042

Manatee County SO

SCHMITT,CHRISTOPHER,

JEAN

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:45

0.000Air Blank 07:45

0.080Control Test 07:46

0.000Air Blank 07:46

# 1 0.213Subject Sample 07:49

2.179Breath Volume 07:49

Air Blank 07:50 Purge Fail

0.000Air Blank 07:51

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:4812/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:28

FHP Troop F

KOPE,MICHAEL

08/02/2028

403411042

FHP Troop F

KOPE,MICHAEL,D

REIF

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:28

# 1Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:5512/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:06

Manatee County SO

SIMANDL,REAGHN

08/02/2028

403411042

Manatee County SO

COOK,AUSTIN,W

JOHNSON

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:38

# 1 0.283Subject Sample 22:39

1.578Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.275Subject Sample 22:43

1.828Breath Volume 22:43

0.000Air Blank 22:43

0.075Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:0112/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

18:03

Manatee County SO

COTTOM,CALEB

08/02/2028

403411042

Palmetto PD

SIMANDL,REAGHN,S

GROOMS

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:12

0.000Air Blank 19:13

0.079Control Test 19:13

0.000Air Blank 19:14

# 1 0.281Subject Sample 19:16

1.140Breath Volume 19:16

0.000Air Blank 19:17

0.000Air Blank 19:18

# 2Subject Sample 19:22 Slope Not Met

0.796Breath Volume 19:22

0.000Air Blank 19:23

0.072Control Test 19:23 Control Outside Tolerance

0.000Air Blank 19:24

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:2512/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

18:03

Manatee County SO

COTTOM,CALEB

08/02/2028

403411042

Palmetto PD

SIMANDL,REAGHN,S

GROOMS

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:26

0.000Air Blank 19:26

0.075Control Test 19:27

0.000Air Blank 19:27

# 1 0.281Subject Sample 19:28

2.050Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:30

# 2 0.265Subject Sample 19:31

1.265Breath Volume 19:31

0.000Air Blank 19:32

0.074Control Test 19:32 Control Outside Tolerance

0.000Air Blank 19:33

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:0412/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

17:14

FHP Troop F

SMITH,GERRY

08/02/2028

403411042

FHP Troop F

SMITH,GERRY,W

HESTER

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.079Control Test 18:44

0.000Air Blank 18:44

# 1 0.165Subject Sample 18:45

1.570Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:47

# 2 0.156Subject Sample 18:48

1.437Breath Volume 18:48

0.000Air Blank 18:49

0.079Control Test 18:49

0.000Air Blank 18:49

OKDiagnostics Check 18:50

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:1812/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

18:37

Manatee County SO

SHUMATE,TODD

08/02/2028

403411042

Bradenton PD

PAULUS,CASEY,E

WALLE

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:54

0.079Control Test 19:55

0.000Air Blank 19:55

# 1 0.075Subject Sample 19:56

1.203Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.076Subject Sample 20:00

1.890Breath Volume 20:00

0.000Air Blank 20:01

0.076Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:2512/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:34

Manatee County SO

SPRINGMAN,JASON

08/02/2028

403411042

Manatee County SO

SPRINGMAN,JASON,L

MIRIL

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:55

# 1 0.000Subject Sample 22:56

2.468Breath Volume 22:56

0.000Air Blank 22:57

Air Blank 22:58 Improper Sample

Air Blank 22:58 Improper Sample

0.000Air Blank 22:59

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:5012/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:34

Manatee County SO

SPRINGMAN,JASON

08/02/2028

403411042

Manatee County SO

SPRINGMAN,JASON,L

MIRIL

12/22/2025

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1 0.000Subject Sample 23:03

2.179Breath Volume 23:03

0.000Air Blank 23:03

Air Blank 23:05 Improper Sample

0.000Air Blank 23:05

0.081Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 01/12/2026 15:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1912/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:52

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

CALERO ARIAS

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.081Control Test 03:06

0.000Air Blank 03:06

# 1 0.135Subject Sample 03:07

3.484Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:09

03:09 RFI Detect

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 12/15/2025 21:00

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:1312/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:52

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

CALERO ARIAS

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.082Control Test 03:13

0.000Air Blank 03:14

# 1 0.123Subject Sample 03:14

1.726Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.138Subject Sample 03:17

4.500Breath Volume 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 12/15/2025 21:00

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1912/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:40

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

SHIPALOWSKI

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.081Control Test 23:52

0.000Air Blank 23:53

# 1 0.104Subject Sample 23:53

2.699Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.109Subject Sample 23:56

2.382Breath Volume 23:56

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 12/15/2025 21:00

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2512/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:50

St. Augustine PD

PIERCE,MYREON

08/29/2027

403135738

St. Augustine PD

PIERCE,MYREON,A

HENRY

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:21

# 1 0.137Subject Sample 00:22

1.789Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.136Subject Sample 00:26

2.390Breath Volume 00:26

0.000Air Blank 00:27

0.078Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 12/15/2025 21:00

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:3412/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:07

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

JOHNSTON

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.080Control Test 23:31

0.000Air Blank 23:31

# 1 0.191Subject Sample 23:32

2.625Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.189Subject Sample 23:34

2.593Breath Volume 23:34

0.000Air Blank 23:35

0.078Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 12/15/2025 21:00

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0912/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

01:14

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135738

FHP Troop G

MONTGOMERY,KENNETH,R

LEON MORENO

11/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.082Control Test 01:26

0.000Air Blank 01:26

# 1 0.063Subject Sample 01:27

3.042Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:29

# 2 0.064Subject Sample 01:30

3.332Breath Volume 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 12/15/2025 21:01

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:5412/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

21:53

FHP Troop E

POPE,NICHOLAS

10/03/2025

402558895

FHP Troop E

POPE,NICHOLAS,A

WILLIAMS

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

# 1 0.073Subject Sample 22:58 Volume Not Met

0.929Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.077Subject Sample 23:01

1.156Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 3 0.072Subject Sample 23:07 Volume Not Met

1.093Breath Volume 23:07

0.000Air Blank 23:07

0.078Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:3812/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

21:53

FHP Troop E

POPE,NICHOLAS

10/03/2025

402558895

FHP Troop E

POPE,NICHOLAS,A

WILLIAMS

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.078Control Test 23:13

0.000Air Blank 23:14

# 1 0.068Subject Sample 23:14

1.394Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:16

# 2 0.068Subject Sample 23:18

1.250Breath Volume 23:18

0.000Air Blank 23:18

0.078Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:40:5812/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:37

04:42

FHP Troop E

RONDON DEL RIO,RODOLFO

12/07/2027

403207508

FHP Troop E

RONDON DEL RIO,RODOLFO,E

SCHNEIDER

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:39

0.000Air Blank 17:39

0.079Control Test 17:39

0.000Air Blank 17:40

# 1Subject Sample 17:40 Sequence Aborted

0.000Breath Volume 17:40

0.000Air Blank 17:40

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:5512/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

04:42

FHP Troop E

RONDON DEL RIO,RODOLFO

12/02/2027

403207508

FHP Troop E

RONDON DEL RIO,RODOLFO,E

SCHNEIDER

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:42

0.000Air Blank 17:43

0.078Control Test 17:43

0.000Air Blank 17:44

# 1 0.000Subject Sample 17:44

1.878Breath Volume 17:44

0.000Air Blank 17:45

0.000Air Blank 17:47

# 2 0.000Subject Sample 17:47

2.105Breath Volume 17:47

0.000Air Blank 17:48

0.079Control Test 17:48

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0212/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:56

Monroe County SO

LEON GONZALEZ,KEVIN

10/03/2025

402558895

Monroe County SO

HANNA,WARDELL,P

JORGENSEN

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:37

# 1Subject Sample 00:37 Subject Test Refused

0.000Breath Volume 00:37

0.000Air Blank 00:38

0.078Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:39

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:3512/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:13

17:27

Monroe County SO

VECINO-GONZALEZ,ERICK

12/02/2027

403207508

Monroe County SO

MORALES,VICTOR,M

MCALLISTER

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:34

0.079Control Test 18:34

0.000Air Blank 18:35

# 1 0.122Subject Sample 18:35

1.550Breath Volume 18:35

0.000Air Blank 18:36

0.000Air Blank 18:38

# 2 0.126Subject Sample 18:39

2.230Breath Volume 18:39

0.000Air Blank 18:39

0.078Control Test 18:39

0.000Air Blank 18:40

OKDiagnostics Check 18:40

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2412/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:13

Monroe County SO

LEON GONZALEZ,KEVIN

10/03/2025

402558895

Monroe County SO

HANNA,WARDELL,P

WARFIELD

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:53

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:1112/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:40

Monroe County SO

DEL CUETO,ARYEL

10/03/2025

402558895

Monroe County SO

CORTES,CHRISTIAN,

ARTHUR

11/17/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

# 1 0.157Subject Sample 03:16

1.101Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.158Subject Sample 03:19

1.695Breath Volume 03:19

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 12/10/2025 14:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:4612/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:57

Monroe County SO

DAVALOS,VANESSA

12/02/2027

403207508

Monroe County SO

HERNANDEZ,MATTHEW,J

ESPINOSA

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:52

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:52

0.079Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:1912/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

08:24

FHP Troop E

RONDON DEL RIO,RODOLFO

12/02/2027

403207508

FHP Troop E

RONDON DEL RIO,RODOLFO,E

GRAY

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.079Control Test 21:18

0.000Air Blank 21:18

# 1Subject Sample 21:18 Subject Test Refused

0.000Breath Volume 21:18

0.000Air Blank 21:19

0.079Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:1112/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:28

Monroe County SO

LANE,JONATHAN

12/02/2027

403207508

Monroe County SO

LANE,JONATHAN,M

SANDOVAL

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

# 1 0.145Subject Sample 04:14

3.101Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:16

# 2 0.139Subject Sample 04:17

2.824Breath Volume 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:35:0112/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:11

13:31

Monroe County SO

SIMPSON,JAMES

12/02/2027

403207508

Monroe County SO

MORALES,VICTOR,M

MUTZ

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:32

0.000Air Blank 14:32

0.080Control Test 14:32

0.000Air Blank 14:33

# 1Subject Sample 14:33 Subject Test Refused

0.000Breath Volume 14:33

0.000Air Blank 14:34

0.080Control Test 14:34

0.000Air Blank 14:34

OKDiagnostics Check 14:35

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:3312/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:53

Monroe County SO

FEREIRA,SALISHA

12/02/2027

403207508

Monroe County SO

FEREIRA,SALISHA,

SAINTUS

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.079Control Test 00:40

0.000Air Blank 00:40

# 1 0.179Subject Sample 00:41

1.421Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.182Subject Sample 00:45

1.886Breath Volume 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3112/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

01:25

Monroe County SO

LEON GONZALEZ,KEVIN

12/02/2027

403207508

Monroe County SO

HANNA,WARDELL,P

ESTES

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:45 No Sample Provided

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4512/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:40

Monroe County SO

DOMINGUEZ,OSCAR

12/02/2027

403207508

Monroe County SO

DOMINGUEZ,OSCAR,D

HARRINGTON

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.079Control Test 01:18

0.000Air Blank 01:18

# 1 0.193Subject Sample 01:19

3.648Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.188Subject Sample 01:22

3.230Breath Volume 01:22

0.000Air Blank 01:22

0.078Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:2912/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:07

Monroe County SO

BRADY,JOSHUA

12/02/2027

403207508

Monroe County SO

BRADY,JOSHUA,J

LAIRD

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

# 1 0.129Subject Sample 03:58

1.148Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.124Subject Sample 04:01

1.703Breath Volume 04:01

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:5812/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:06

Monroe County SO

HERNANDEZ,JOSE

12/02/2027

403207508

Monroe County SO

HERNANDEZ,JOSE,C

RODRIGUEZ

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.080Control Test 01:45

0.000Air Blank 01:45

# 1 0.073Subject Sample 01:48 Volume Not Met

0.164Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.087Subject Sample 01:54 Volume Not Met

0.464Breath Volume 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:1712/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:06

Monroe County SO

HERNANDEZ,JOSE

12/02/2027

403207508

Monroe County SO

HERNANDEZ,JOSE,C

RODRIGUEZ

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.078Control Test 01:59

0.000Air Blank 01:59

# 1Subject Sample 01:59 Subject Test Refused

0.000Breath Volume 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006693CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1812/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

00:58

Monroe County SO

LEON GONZALEZ,KEVIN

12/02/2027

403207508

Monroe County SO

HERNANDEZ,JOSE,C

COMSTOCK

12/10/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:25

# 1 0.080Subject Sample 02:26

2.003Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:28

# 2 0.078Subject Sample 02:29

1.675Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 01/21/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:28:0312/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:59

10:23

FHP Troop E

DEPESTRE,GREGORY

09/10/2027

403141809

FHP Troop E

DEPESTRE,GREGORY,

CHAVEZ FROMETA

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:20

0.000Air Blank 11:21

0.079Control Test 11:21

0.000Air Blank 11:22

# 1 0.168Subject Sample 11:22

1.121Breath Volume 11:22

0.000Air Blank 11:23

0.000Air Blank 11:25

# 2 0.178Subject Sample 11:26

1.578Breath Volume 11:26

0.000Air Blank 11:27

0.078Control Test 11:27

0.000Air Blank 11:27

OKDiagnostics Check 11:28

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4512/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:43

FHP Troop E

HENNING,ASHLEY

09/10/2027

403141809

FHP Troop E

HENNING,ASHLEY,R

WILLIAMS

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:37

# 1 0.148Subject Sample 01:37

2.578Breath Volume 01:37

0.000Air Blank 01:38

Air Blank 01:40 Improper Sample

0.000Air Blank 01:40

0.077Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:5212/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:43

FHP Troop E

HENNING,ASHLEY

09/10/2027

403141809

FHP Troop E

WILLIAMS,SHAETORIA,L

WILLIAMS

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

# 1 0.140Subject Sample 01:46

1.972Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:48

# 2 0.121Subject Sample 01:49

2.070Breath Volume 01:49

0.000Air Blank 01:49

0.079Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0312/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:17

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

DELGADO,GIANCARLO,

BOADAGARCIA

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:58 No Sample Provided

0.000Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.262Subject Sample 03:03

1.398Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 3 0.256Subject Sample 03:07

1.816Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:09

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:0412/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:54

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

MONGE MEDRANO

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.082Control Test 00:08

0.000Air Blank 00:08

# 1 0.223Subject Sample 00:09

4.187Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:11

# 2 0.212Subject Sample 00:12

1.699Breath Volume 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:14

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2412/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:20

FHP Troop E

HERNANDEZ GARCIA,ROGER

09/10/2027

403141809

FHP Troop E

HERNANDEZ GARCIA,ROGER,

GARCIA PEREZ

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

# 1 0.154Subject Sample 03:19

2.292Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.151Subject Sample 03:22

2.382Breath Volume 03:22

0.000Air Blank 03:23

0.078Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:4912/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:02

FHP Troop E

FERRO,JEFFREY

09/10/2027

403141809

FHP Troop E

FERRO,JEFFREY,

MARCELIN

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.081Control Test 21:28

0.000Air Blank 21:28

# 1 0.100Subject Sample 21:29

2.402Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:31

# 2 0.095Subject Sample 21:32

1.886Breath Volume 21:32

0.000Air Blank 21:32

0.081Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:3512/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:23

FHP Troop E

HENNING,ASHLEY

08/30/2027

403135737

FHP Troop E

FRIAS,DANIELA,

FRIAS

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.081Control Test 04:38

0.000Air Blank 04:38

# 1 0.237Subject Sample 04:39

2.140Breath Volume 04:39

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.216Subject Sample 04:42

1.820Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 3 0.222Subject Sample 04:45

1.371Breath Volume 04:45

0.000Air Blank 04:45

0.081Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:4212/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:03

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

LOPEZ

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.082Control Test 03:45

0.000Air Blank 03:46

# 1 0.227Subject Sample 03:47

1.652Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.207Subject Sample 03:49

1.617Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5912/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:06

FHP Troop E

DELGADO,GIANCARLO

09/10/2027

403141809

FHP Troop E

DELGADO,GIANCARLO,

CONTRERASRUIZ

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.082Control Test 00:53

0.000Air Blank 00:53

# 1 0.253Subject Sample 00:54

1.710Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.244Subject Sample 00:57

1.140Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:5212/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:18

FHP Troop E

DELGADO,GIANCARLO

09/10/2027

403141809

FHP Troop E

DELGADO,GIANCARLO,

YNFANTEYNGA

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.082Control Test 23:29

0.000Air Blank 23:29

# 1 0.214Subject Sample 23:30

1.625Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.213Subject Sample 23:33

1.484Breath Volume 23:33

0.000Air Blank 23:33

0.081Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:3112/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:26

FHP Troop E

DARDON,KEVIN

09/10/2027

403141809

FHP Troop E

DARDON,KEVIN,

PLANET

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.082Control Test 21:04

0.000Air Blank 21:05

# 1 0.000Subject Sample 21:06

2.992Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.000Subject Sample 21:09

2.972Breath Volume 21:09

0.000Air Blank 21:09

0.079Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:5612/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:37

FHP Troop E

PEREZ MORALES,JAVIER

08/30/2027

403135737

FHP Troop E

PEREZ MORALES,JAVIER,D

MARTINEZ

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.081Control Test 01:22

0.000Air Blank 01:22

# 1 0.143Subject Sample 01:23

2.777Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.142Subject Sample 01:27

2.937Breath Volume 01:27

0.000Air Blank 01:28

0.082Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:4812/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:37

FHP Troop E

PEREZ MORALES,JAVIER

08/30/2027

403135737

FHP Troop E

PEREZ MORALES,JAVIER,D

CHAVEZ

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.081Control Test 00:13

0.000Air Blank 00:14

# 1 0.196Subject Sample 00:15

1.457Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.201Subject Sample 00:18

1.667Breath Volume 00:18

0.000Air Blank 00:18

0.080Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3812/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:35

FHP Troop E

DELGADO,GIANCARLO

09/10/2027

403141809

FHP Troop E

DELGADO,GIANCARLO,

REVOLLAR-BAZAN

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.082Control Test 03:28

0.000Air Blank 03:29

# 1 0.142Subject Sample 03:30

1.730Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.140Subject Sample 03:33

1.687Breath Volume 03:33

0.000Air Blank 03:33

0.082Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1412/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:02

FHP Troop E

SANDOVAL,LUIS

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

JAIGADI

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.082Control Test 03:16

0.000Air Blank 03:17

# 1 0.118Subject Sample 03:20 Volume Not Met

0.144Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:22

# 2 0.116Subject Sample 03:23

1.746Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 3 0.114Subject Sample 03:26

1.917Breath Volume 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:5412/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:51

FHP Troop E

RIVERA,ANTHONY

09/10/2027

403141809

FHP Troop E

RIVERA,ANTHONY,

RAMIREZ PENA

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.081Control Test 04:44

0.000Air Blank 04:44

# 1 0.209Subject Sample 04:46

1.535Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:48

# 2 0.199Subject Sample 04:49

1.871Breath Volume 04:49

0.000Air Blank 04:49

0.079Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:2012/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:08

FHP Troop E

TAYLOR,SANDRA

09/10/2027

403141809

FHP Troop E

TAYLOR,SANDRA,I

MONTERROSAARAGON

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:55 RFI Detect

0.000Breath Volume 02:55

0.000Air Blank 02:56

0.082Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006736CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3212/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:08

FHP Troop E

TAYLOR,SANDRA

09/10/2027

403141809

FHP Troop E

TAYLOR,SANDRA,I

MONTERROSAARGON

11/25/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.084Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:02

0.082Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 12/30/2025 15:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:37:0712/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:33

14:30

FHP Troop A

MCDOWELL,MICHAEL

04/01/2028

403308953

FHP Troop A

MCDOWELL,MICHAEL,J

WELLMANN

12/05/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:36

Air Blank 15:36 RFI Detect

0.000Air Blank 15:37

Data Download Date/Time: 01/09/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:2112/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:33

14:30

FHP Troop A

MCDOWELL,MICHAEL

04/01/2028

403308953

FHP Troop A

MCDOWELL,MICHAEL,J

WELLMANN

12/05/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:38

0.000Air Blank 15:38

0.081Control Test 15:38

0.000Air Blank 15:39

# 1 0.000Subject Sample 15:40

3.644Breath Volume 15:40

0.000Air Blank 15:40

0.000Air Blank 15:42

# 2 0.000Subject Sample 15:42

2.738Breath Volume 15:42

0.000Air Blank 15:43

0.081Control Test 15:43

0.000Air Blank 15:44

OKDiagnostics Check 15:44

Data Download Date/Time: 01/09/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:1812/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:49

FHP Troop A

MCDOWELL,MICHAEL

04/01/2028

403308953

FHP Troop A

MCDOWELL,MICHAEL,J

BOREE

12/05/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:14

# 1 0.312Subject Sample 23:14

1.632Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:16

# 2 0.305Subject Sample 23:17

1.902Breath Volume 23:17

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 01/09/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:1412/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:01

FHP Troop A

MCDOWELL,MICHAEL

04/01/2028

403308953

FHP Troop A

MCDOWELL,MICHAEL,J

BREWER

12/05/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 01/09/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4312/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

03:07

FHP Troop A

MCDOWELL,MICHAEL

04/01/2028

403308953

FHP Troop A

MCDOWELL,MICHAEL,J

GUETTER

12/05/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

# 1 0.107Subject Sample 03:34

1.859Breath Volume 03:34

Air Blank 03:34 Purge Fail

Air Blank 03:35 Purge Fail

Data Download Date/Time: 01/09/2026 12:55

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:4612/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

03:07

FHP Troop A

MCDOWELL,MICHAEL

04/01/2028

403308953

FHP Troop A

MCDOWELL,MICHAEL,J

GUETTER

12/05/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:39

# 1 0.096Subject Sample 03:41

1.957Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.100Subject Sample 03:44

2.175Breath Volume 03:44

0.000Air Blank 03:44

0.077Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 01/09/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4012/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:35

FHP Troop A

DAVIS,ROBERT

04/01/2028

403308953

Lynn Haven PD

MCDOWELL,MICHAEL,J

DAVIS

12/05/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.000Subject Sample 22:12

1.148Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.000Subject Sample 22:15

1.816Breath Volume 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 01/09/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4112/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:21

FHP Troop F

KOPE,MICHAEL

09/10/2027

402590345

FHP Troop F

KOPE,MICHAEL,D

ADE

11/10/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

# 1 0.196Subject Sample 01:54 Volume Not Met

0.238Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.210Subject Sample 01:58

1.511Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 3 0.206Subject Sample 02:01

1.792Breath Volume 02:01

0.000Air Blank 02:02

0.077Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 12/22/2025 09:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:5212/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

02:03

FHP Troop F

KOPE,MICHAEL

09/10/2027

402590345

FHP Troop F

KOPE,MICHAEL,D

LUGO

11/10/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.078Control Test 02:19

0.000Air Blank 02:20

# 1 0.071Subject Sample 02:21

1.691Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.072Subject Sample 02:24

1.941Breath Volume 02:24

0.000Air Blank 02:24

0.079Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 12/22/2025 09:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:1612/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:58

FHP Troop F

KOPE,MICHAEL

09/10/2027

402590345

FHP Troop F

KOPE,MICHAEL,D

WALTERS

11/10/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.080Control Test 20:27

0.000Air Blank 20:28

# 1 0.108Subject Sample 20:31 Volume Not Met

0.000Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.103Subject Sample 20:34

2.324Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 3 0.110Subject Sample 20:37

2.117Breath Volume 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 12/22/2025 09:43

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006761CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:0212/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:38

FHP Troop F

KOPE,MICHAEL

09/10/2027

402590345

FHP Troop F

KOPE,MICHAEL,D

YANG

12/22/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

# 1 0.153Subject Sample 03:08

2.230Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.131Subject Sample 03:11

1.371Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 3 0.142Subject Sample 03:15

2.503Breath Volume 03:15

0.000Air Blank 03:16

0.078Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:17

Data Download Date/Time: 01/12/2026 09:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:2712/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:34

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

WILKERSON

12/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:47

# 1 0.058Subject Sample 00:47

1.722Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.071Subject Sample 00:50

1.804Breath Volume 00:50

0.000Air Blank 00:51

0.089Control Test 00:51 Control Outside Tolerance

0.000Air Blank 00:52

Data Download Date/Time: 03/04/2026 09:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5212/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:34

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

WILKERSON

12/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:55

# 1 0.071Subject Sample 00:56

2.730Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:58

# 2 0.063Subject Sample 00:59

2.617Breath Volume 00:59

0.000Air Blank 00:59

0.080Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 03/04/2026 09:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:2412/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:16

St. John's County SO

MIGLIACCIO,NICHOLAS

08/29/2027

403135736

St. John's County SO

MIGLIACCIO,NICHOLAS,M

TANI

12/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

# 1 0.097Subject Sample 02:47

1.777Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.102Subject Sample 02:52

1.781Breath Volume 02:52

0.000Air Blank 02:53

0.082Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 03/04/2026 09:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:5912/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:45

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

DUGGAN

12/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.081Control Test 00:02

0.000Air Blank 00:02

# 1 0.096Subject Sample 00:03

2.691Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:05

# 2 0.096Subject Sample 00:06

2.906Breath Volume 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 03/04/2026 09:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:0512/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:41

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

ROUSE SANCHEZ

12/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.081Control Test 02:53

0.000Air Blank 02:53

# 1 0.000Subject Sample 02:54

2.218Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:58

Data Download Date/Time: 03/04/2026 09:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:1312/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:59

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

VANTASSEL

12/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.081Control Test 00:13

0.000Air Blank 00:13

# 1 0.063Subject Sample 00:14

2.402Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.056Subject Sample 00:17

1.640Breath Volume 00:17

0.000Air Blank 00:18

0.081Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 03/04/2026 09:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:0012/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:27

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

LAMBERT

12/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.083Control Test 00:39

0.000Air Blank 00:40

# 1 0.228Subject Sample 00:41

1.796Breath Volume 00:41

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.212Subject Sample 00:43

1.632Breath Volume 00:43

0.000Air Blank 00:44

0.077Control Test 00:44

0.000Air Blank 00:45

FailDiagnostics Check 00:45 Analytical Stability Test

0.000Air Blank 00:46

Data Download Date/Time: 03/04/2026 09:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:3812/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:27

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

LAMBERT

12/15/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.080Control Test 00:48

Air Blank 00:49 Ambient Fail

0.000Air Blank 00:49

Data Download Date/Time: 03/04/2026 09:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:5112/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:15

Miami-Dade PD

GONZALEZ,F

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

GRACIAN LAVALLE

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.082Control Test 05:31

0.000Air Blank 05:31

# 1 0.146Subject Sample 05:34

1.941Breath Volume 05:34

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.148Subject Sample 05:37

1.417Breath Volume 05:37

0.000Air Blank 05:37

0.082Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 01/16/2026 00:39

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0512/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:35

Miami-Dade PD

DAVILIEN,E

11/05/2026

28424080A4

Miami Shores PD

DELGADO,MIGUEL,R

SAUNDERS III

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.081Control Test 23:07

0.000Air Blank 23:08

# 1Subject Sample 23:08 Subject Test Refused

0.000Breath Volume 23:08

0.000Air Blank 23:09

0.079Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 01/16/2026 00:39

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0112/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:49

Miami-Dade PD

DIAZ,J

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

CHIRINO

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:34

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:37

Data Download Date/Time: 01/16/2026 00:39

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2012/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:34

Miami-Dade PD

MATOS JR,ANTONIO

11/05/2026

28424080A4

Miami Springs PD

DELGADO,MIGUEL,R

MATOS JR

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.083Control Test 01:11

0.000Air Blank 01:11

# 1 0.162Subject Sample 01:12

1.253Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.160Subject Sample 01:15

1.386Breath Volume 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 01/16/2026 00:39

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:1412/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:45

Miami-Dade PD

DIAZ,J

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

JEROME

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.082Control Test 05:15

0.000Air Blank 05:15

# 1 0.102Subject Sample 05:16

2.222Breath Volume 05:16

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.103Subject Sample 05:19

1.421Breath Volume 05:19

0.000Air Blank 05:20

0.082Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 01/16/2026 00:39

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:5712/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:50

Broward County SO

HAMILTON,VICTORIA

06/27/2026

402783528

Seminole Dept of LE

TILLMAN,SHEILA,L

VARGAS

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:57

0.000Air Blank 23:57

# 3 0.182Subject Sample 23:58

1.148Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.163Subject Sample 00:04 Volume Not Met

0.074Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.165Subject Sample 00:10 Volume Not Met

0.125Breath Volume 00:10

0.000Air Blank 00:10

0.076Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 01/14/2026 08:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:0112/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:59

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

JACKSON

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:58

# 1 0.184Subject Sample 22:58

1.785Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.188Subject Sample 23:01

1.589Breath Volume 23:01

0.000Air Blank 23:02

0.077Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:03

Data Download Date/Time: 01/14/2026 08:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0912/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:21

Broward County SO

SMITH,MYLES

06/27/2026

402783528

Miramar PD

FRAZIER,ANAYA,S

ANGULO

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

# 1 0.177Subject Sample 01:01

2.496Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.174Subject Sample 01:04

2.492Breath Volume 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 01/14/2026 08:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4612/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:28

Broward County SO

CARTER,JAMES

06/27/2026

402783528

Fort Lauderdale PD

TILLMAN,SHEILA,L

SKINNER

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1 0.124Subject Sample 01:32

1.636Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.141Subject Sample 01:36

1.414Breath Volume 01:36

0.000Air Blank 01:36

0.076Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 01/14/2026 08:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:1612/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:13

Broward County SO

CARTER,JAMES

06/27/2026

402783528

Fort Lauderdale PD

FRAZIER,ANAYA,S

BERRIO JIMENEZ

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.078Control Test 02:05

0.000Air Blank 02:06

# 1 0.190Subject Sample 02:06

2.484Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.191Subject Sample 02:09

2.390Breath Volume 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 01/14/2026 08:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4912/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:46

Broward County SO

REYES,JUSTIN

06/27/2026

402783528

Hollywood PD

FRAZIER,ANAYA,S

MICHEL

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:58

# 1 0.172Subject Sample 02:59

2.726Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.169Subject Sample 03:02

1.792Breath Volume 03:02

0.000Air Blank 03:02

0.077Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 01/14/2026 08:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3312/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:41

NAS Key West

KEATING,KAYLA

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

PIERRE

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.078Control Test 01:29

0.000Air Blank 01:30

# 1 0.206Subject Sample 01:33

1.468Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.212Subject Sample 01:37

1.800Breath Volume 01:37

0.000Air Blank 01:38

0.075Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:57:1812/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:28

07:14

Broward County SO

MARTINEZ,YORDANY

06/27/2026

402783528

Fort Lauderdale PD

TILLMAN,SHEILA,L

RAMPURIA

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:48

0.000Air Blank 08:48

0.080Control Test 08:49

0.000Air Blank 08:49

# 1 0.190Subject Sample 08:51

1.312Breath Volume 08:51

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.209Subject Sample 08:55

1.828Breath Volume 08:55

0.000Air Blank 08:56

0.078Control Test 08:56

0.000Air Blank 08:57

OKDiagnostics Check 08:57

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:1912/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:47

Broward County SO

GRANOVSKY,ROBERT

06/27/2026

402783528

Hallandale Beach PD

TILLMAN,SHEILA,L

KOSHEFF

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.078Control Test 22:43

0.000Air Blank 22:44

# 1 0.139Subject Sample 22:45

1.636Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.142Subject Sample 22:49

2.300Breath Volume 22:49

0.000Air Blank 22:50

0.077Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:2812/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:47

Broward County SO

TOWNSEND,KIRK

06/27/2026

402783528

OTHER State

TILLMAN,SHEILA,L

CASTRO PINEDA

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:54

# 1 0.163Subject Sample 01:54

1.871Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.166Subject Sample 01:57

2.253Breath Volume 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:4412/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:33

Broward County SO

VAZQUEZ,JUSTIN

06/27/2026

402783528

Pembroke Pines PD

TILLMAN,SHEILA,L

GAYNAIR

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

# 1 0.035Subject Sample 03:05

1.148Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.036Subject Sample 03:09

1.554Breath Volume 03:09

0.000Air Blank 03:09

0.079Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:42:3412/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

07:12

Broward County SO

BUNNER,WILLIAM

06/27/2026

402783528

Seminole Dept of LE

TILLMAN,SHEILA,L

WOODALL

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:30

0.000Air Blank 08:30

0.079Control Test 08:30

0.000Air Blank 08:31

# 1 0.228Subject Sample 08:34 Volume Not Met

0.820Breath Volume 08:34

0.000Air Blank 08:35

0.000Air Blank 08:36

# 2 0.243Subject Sample 08:37 No .020 agreement

1.597Breath Volume 08:37

0.000Air Blank 08:38

0.000Air Blank 08:39

# 3 0.221Subject Sample 08:40 No .020 agreement

2.066Breath Volume 08:40

0.000Air Blank 08:41

0.077Control Test 08:41

0.000Air Blank 08:42

OKDiagnostics Check 08:42

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:26:1612/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:57

07:12

Broward County SO

BUNNER,WILLIAM

06/27/2026

402783528

Seminole Dept of LE

TILLMAN,SHEILA,L

WOODALL

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:19

0.000Air Blank 09:20

0.078Control Test 09:20

0.000Air Blank 09:20

# 1 0.222Subject Sample 09:21

1.625Breath Volume 09:21

0.000Air Blank 09:22

0.000Air Blank 09:23

# 2 0.209Subject Sample 09:24

1.566Breath Volume 09:24

0.000Air Blank 09:25

0.078Control Test 09:25

0.000Air Blank 09:26

OKDiagnostics Check 09:26

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:4012/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:01

Broward County SO

POLO,ANDREW

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

NESBITT

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:51

0.000Air Blank 23:51

# 1 0.183Subject Sample 23:52

1.792Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.183Subject Sample 23:55

1.687Breath Volume 23:55

0.000Air Blank 23:55

0.078Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:1512/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:56

Broward County SO

HERNANDEZ,ZACHARY

06/27/2026

402783528

Davie PD

FRAZIER,ANAYA,S

MONTERROSA CORRALES

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.166Subject Sample 02:32

1.269Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.169Subject Sample 02:35

1.382Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:1112/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:44

Broward County SO

QUINTANA,ARNEY

06/27/2026

402783528

Hollywood PD

FRAZIER,ANAYA,S

SIRJU

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:41

0.000Air Blank 05:42

0.078Control Test 05:42

0.000Air Blank 05:42

# 1 0.198Subject Sample 05:43

1.726Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.191Subject Sample 05:46

1.843Breath Volume 05:46

0.000Air Blank 05:47

0.078Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:26:4712/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:49

07:41

Broward County SO

SZCZEPANIAK,JOSEPH

06/27/2026

402783528

Miramar PD

FRAZIER,ANAYA,S

ESCARMENT

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:20

0.000Air Blank 10:20

0.081Control Test 10:20

0.000Air Blank 10:21

# 1 0.141Subject Sample 10:22

2.000Breath Volume 10:22

0.000Air Blank 10:22

0.000Air Blank 10:24

# 2 0.140Subject Sample 10:25

1.699Breath Volume 10:25

0.000Air Blank 10:25

0.080Control Test 10:26

0.000Air Blank 10:26

OKDiagnostics Check 10:26

Data Download Date/Time: 01/14/2026 08:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006926CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:3312/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:51

Tallahassee PD

CAMPBELL,EDWARD

12/05/2026

31124080A2

Tallahassee PD

CAMPBELL,EDWARD,

STREET

11/12/2025

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.082Control Test 04:06

0.000Air Blank 04:06

# 1 0.220Subject Sample 04:08

2.519Breath Volume 04:08

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.221Subject Sample 04:10

2.148Breath Volume 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 12/17/2025 20:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006926CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:3812/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:49

Tallahassee PD

CAMPBELL,EDWARD

12/05/2026

31124080A2

Tallahassee PD

CAMPBELL,EDWARD,

MCFARLAIN

11/12/2025

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.082Control Test 22:03

0.000Air Blank 22:04

# 1 0.160Subject Sample 22:04

1.964Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.179Subject Sample 22:07

1.750Breath Volume 22:07

0.000Air Blank 22:08

0.082Control Test 22:09

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 12/17/2025 20:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006926CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5812/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

02:06

Tallahassee PD

CAMPBELL,EDWARD

12/05/2026

31124080A2

Tallahassee PD

CAMPBELL,EDWARD,

REYNOLDS

12/17/2025

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.083Control Test 02:16

0.000Air Blank 02:17

# 1 0.141Subject Sample 02:17

2.144Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.145Subject Sample 02:20

1.519Breath Volume 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 01/21/2026 20:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:4612/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:01

19:29

Collier County SO

MARTINEZ,VERONICA

09/05/2026

20524080A2

Collier County SO

HAYMAN,PATRICK,

MARTINEZ

11/29/2025

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

# 1 0.092Subject Sample 20:27

1.789Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.095Subject Sample 20:30

3.386Breath Volume 20:30

0.000Air Blank 20:30

0.080Control Test 20:31

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 12/17/2025 15:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:2812/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:01

FHP Troop F

ROSADO,JUAN

09/05/2026

20524080A2

FHP Troop F

ROSADO,JUAN,M

SANCHEZ

11/29/2025

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

# 1 0.213Subject Sample 01:51

2.527Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.203Subject Sample 01:54

2.433Breath Volume 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 12/17/2025 15:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3812/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:21

Collier County SO

GUZMAN,J

09/05/2026

20524080A2

Collier County SO

MCCLELLAND,WILLIAM,R

CALMOSALES

11/29/2025

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.217Subject Sample 03:22

1.812Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.216Subject Sample 03:25

2.207Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 12/17/2025 15:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007084CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:2712/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:34

Miami-Dade PD

DELGADO,C

11/05/2026

28424080A4

Miami-Dade PD

CASTILLO,CHRISTIAN,A

BAEZ

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

# 1Subject Sample 22:25 No Sample Provided

0.000Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2Subject Sample 22:31 No Sample Provided

0.000Breath Volume 22:31

0.000Air Blank 22:31

0.081Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/16/2026 02:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007084CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:4612/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:39

Miami-Dade PD

KIRKLAND,ANDREW

11/05/2026

28424080A4

Miami-Dade PD

SAVINON,CARLOS,M

DEAN

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1Subject Sample 23:33 Subject Test Refused

0.000Breath Volume 23:33

0.000Air Blank 23:33

0.080Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 01/16/2026 02:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007084CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:2812/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:49

Miami-Dade PD

CASTILLO,CHRISTIAN

11/05/2026

28424080A4

Miami-Dade PD

CASTILLO,CHRISTIAN,A

GALDOS

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:28

# 1Subject Sample 23:31 No Sample Provided

0.000Breath Volume 23:31

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2Subject Sample 23:37 No Sample Provided

0.000Breath Volume 23:37

0.000Air Blank 23:37

0.081Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 01/16/2026 02:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007084CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:4012/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:33

Miami-Dade PD

CASTILLO,CHRISTIAN

11/05/2026

28424080A4

Miami-Dade PD

CASTILLO,CHRISTIAN,A

PEREZECHEMENDIA

12/03/2025

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.081Control Test 00:20

0.000Air Blank 00:20

# 1 0.207Subject Sample 00:21

1.359Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:23

# 2 0.213Subject Sample 00:24

1.382Breath Volume 00:24

0.000Air Blank 00:25

0.078Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 01/16/2026 02:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:4312/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:28

Pensacola PD

KELLEY,RASHELL

05/09/2028

250133

Pensacola PD

KELLEY,RASHELL,E

RAY

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:08

0.084Control Test 20:08

0.000Air Blank 20:08

# 1 0.105Subject Sample 20:12 Volume Not Met

0.589Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:14

# 2 0.122Subject Sample 20:16

2.093Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:19

# 3 0.120Subject Sample 20:19

1.730Breath Volume 20:19

0.000Air Blank 20:20

0.078Control Test 20:21

0.000Air Blank 20:21

OKDiagnostics Check 20:21

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0712/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:05

Pensacola PD

VALENTINE,ROBIN

05/09/2028

250133

Pensacola PD

VALENTINE,ROBIN,F

ZALDIVAR-PORTILLO

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.082Control Test 03:24

0.000Air Blank 03:25

# 1 0.160Subject Sample 03:26

2.464Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.166Subject Sample 03:29

2.269Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4612/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:11

Pensacola PD

WIINANEN,JOSIAH

05/09/2028

250133

Pensacola PD

THOMPSON,GREGORY,S

DOLES FULLER

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.082Control Test 03:57

0.000Air Blank 03:58

# 1 0.137Subject Sample 03:58

2.949Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.137Subject Sample 04:02

2.957Breath Volume 04:02

0.000Air Blank 04:02

0.082Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 12/22/2025 12:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:4812/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:36

Pensacola PD

COTTON,PIERCE

05/09/2028

250133

Pensacola PD

COTTON,PIERCE,A

JAMES

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:16

0.082Control Test 21:16

0.000Air Blank 21:17

# 1 0.239Subject Sample 21:18

1.886Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:20

# 2 0.242Subject Sample 21:21

1.550Breath Volume 21:21

0.000Air Blank 21:22

0.081Control Test 21:23

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:0912/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:44

Pensacola PD

COTTON,PIERCE

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

COPELAND

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.082Control Test 01:17

0.000Air Blank 01:17

# 1 0.263Subject Sample 01:18

2.371Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.250Subject Sample 01:21

2.191Breath Volume 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:4212/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:26

Pensacola PD

COTTON,PIERCE

05/09/2028

250133

Pensacola PD

COTTON,PIERCE,A

TRAN

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.082Control Test 04:22

0.000Air Blank 04:23

# 1 0.000Subject Sample 04:23

1.312Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.000Subject Sample 04:27

1.226Breath Volume 04:27

0.000Air Blank 04:27

0.083Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0012/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:54

Pensacola PD

COLLINS,CHASE

05/09/2028

250133

Pensacola PD

COLLINS,CHASE,M

CHRISCO

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.084Control Test 02:56

0.000Air Blank 02:57

# 1 0.055Subject Sample 02:59

2.812Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.048Subject Sample 03:02

1.292Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:04

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:1912/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:14

Pensacola PD

PEREZ,ANGEL

05/09/2028

250133

Pensacola PD

KELLEY,RASHELL,E

ROBINSON

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.084Control Test 03:52

0.000Air Blank 03:52

# 1 0.206Subject Sample 03:53

1.203Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.212Subject Sample 03:56

1.445Breath Volume 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:4912/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:31

Pensacola PD

WRIGHT,DUSTIN

05/09/2028

250133

Pensacola PD

WIINANEN,JOSIAH,D

SAIKRISHANAN

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.082Control Test 04:10

0.000Air Blank 04:10

# 1 0.085Subject Sample 04:12

1.285Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.088Subject Sample 04:15

1.917Breath Volume 04:15

0.000Air Blank 04:15

0.081Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:0712/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:41

Pensacola PD

CUNNINGHAM,BENJAMIN

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

ADAMS

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.083Control Test 20:43

0.000Air Blank 20:44

# 1 0.120Subject Sample 20:47 Volume Not Met

0.226Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.121Subject Sample 20:53 Volume Not Met

0.015Breath Volume 20:53

0.000Air Blank 20:54

0.082Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:5012/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:41

Pensacola PD

CUNNINGHAM,BENJAMIN

05/09/2028

250133

Pensacola PD

CUNNINGHAM,BENJAMIN,R

ADAMS

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:57

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:58

# 1 0.118Subject Sample 20:59

1.453Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:01

# 2 0.122Subject Sample 21:03

1.660Breath Volume 21:03

0.000Air Blank 21:03

0.082Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:4512/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:53

Pensacola PD

VARONOS,E

05/09/2028

250133

Pensacola PD

COTTON,PIERCE,A

DENNIS

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.084Control Test 23:50

0.000Air Blank 23:51

# 2Subject Sample 23:54 No Sample Provided

0.000Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 3 0.156Subject Sample 23:58

2.250Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:00

# 1 0.160Subject Sample 00:02

2.496Breath Volume 00:02

0.000Air Blank 00:02

0.083Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5612/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:50

Pensacola PD

WILSON,WILLIAM

05/09/2028

250133

Pensacola PD

COTTON,PIERCE,A

MALONE

11/12/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.083Control Test 01:19

0.000Air Blank 01:19

# 1 0.000Subject Sample 01:22

1.437Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.000Subject Sample 01:25

2.078Breath Volume 01:25

0.000Air Blank 01:26

0.083Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 12/22/2025 12:05

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:3312/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:11

Pensacola PD

WIINANEN,JOSIAH

05/09/2028

403342588

Pensacola PD

WIINANEN,JOSIAH,D

JENKINS

12/22/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.083Control Test 02:11

0.000Air Blank 02:12

# 1 0.000Subject Sample 02:12

1.843Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.000Subject Sample 02:16

2.085Breath Volume 02:16

0.000Air Blank 02:16

0.082Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 01/12/2026 10:40

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1412/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:59

Pensacola PD

KELLEY,RASHELL

05/09/2028

403342588

Pensacola PD

KELLEY,RASHELL,E

HANSON

12/22/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.083Control Test 03:32

0.000Air Blank 03:32

# 1 0.145Subject Sample 03:33

2.777Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.142Subject Sample 03:36

2.320Breath Volume 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 01/12/2026 10:40

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:1112/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

04:03

Pensacola PD

VARONOS,EVANGELOS

05/09/2028

403342588

Pensacola PD

KELLEY,RASHELL,E

STROTHER

12/22/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.083Control Test 04:37

0.000Air Blank 04:38

# 1 0.103Subject Sample 04:38

2.894Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.101Subject Sample 04:41

2.828Breath Volume 04:41

0.000Air Blank 04:42

0.080Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 01/12/2026 10:40

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:3612/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:17

Pensacola PD

WIINANEN,JOSIAH

05/09/2028

403342588

Pensacola PD

VALENTINE,ROBIN,F

MADAI

12/22/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:56

0.000Air Blank 05:56

0.083Control Test 05:57

0.000Air Blank 05:57

# 1 0.000Subject Sample 05:58

2.585Breath Volume 05:58

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.000Subject Sample 06:01

1.402Breath Volume 06:01

0.000Air Blank 06:01

0.081Control Test 06:02

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 01/12/2026 10:40

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:3712/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:16

Pensacola PD

CUNNINGHAM,BENJAMIN

05/09/2028

403342588

Pensacola PD

CUNNINGHAM,BENJAMIN,R

RUTLEDGE

12/22/2025

8100.27

PENSACOLA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.083Control Test 00:06

0.000Air Blank 00:07

# 1 0.054Subject Sample 00:08

1.140Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.059Subject Sample 00:11

1.609Breath Volume 00:11

0.000Air Blank 00:12

0.083Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 01/12/2026 10:40

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:2112/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

16:39

Hardee County SO

JACKSON,CHRISTOPHER

05/13/2028

403345775

Hardee County SO

CRUZ,SOLEY,G

BAXTER

12/01/2025

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:19

0.000Air Blank 20:19

0.081Control Test 20:19

0.000Air Blank 20:20

# 1 0.159Subject Sample 20:20

1.214Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.149Subject Sample 20:23

2.015Breath Volume 20:23

0.000Air Blank 20:24

0.077Control Test 20:24

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 02/01/2026 01:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:4212/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:45

Hardee County SO

TAYLOR,OCTAVIOUS

05/13/2028

403345775

Hardee County SO

CRUZ,SOLEY,G

DELEON

12/01/2025

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.080Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 02/01/2026 01:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:4912/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:55

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

SANCHEZ ALFONSO

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

# 1 0.176Subject Sample 00:47

1.589Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.166Subject Sample 00:51

1.562Breath Volume 00:51

0.000Air Blank 00:52

0.081Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 01/15/2026 10:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2512/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:49

Hillsborough Co SO

GIBBINS,R

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

JIMENEZ JIMENEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

# 1 0.130Subject Sample 02:35

1.968Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.133Subject Sample 02:38

1.582Breath Volume 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 01/15/2026 10:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1012/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:22

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

SHOTWELL

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

# 1 0.154Subject Sample 03:06

2.210Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:08

# 2 0.162Subject Sample 03:09

1.464Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 01/15/2026 10:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4412/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

02:12

02:01

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

WEST

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

# 1 0.141Subject Sample 02:36

1.621Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:38

# 2 0.136Subject Sample 02:42 Volume Not Met

0.226Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 3 0.135Subject Sample 02:47 Volume Not Met

0.082Breath Volume 02:47

0.000Air Blank 02:48

0.077Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 01/15/2026 10:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5112/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

02:12

02:01

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

WEST

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.077Control Test 02:54

0.000Air Blank 02:54

# 1 0.141Subject Sample 02:57 Volume Not Met

0.050Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.077Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 01/15/2026 10:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3712/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:47

Hillsborough Co SO

DRAPP,A

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

DAVIS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

# 1 0.078Subject Sample 04:28

1.234Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.080Subject Sample 04:31

1.578Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:2012/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:41

Hillsborough Co SO

WYNRUIT,R

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

CHETTA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:30

0.000Air Blank 00:30

# 1 0.161Subject Sample 00:31

2.988Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.156Subject Sample 00:34

2.042Breath Volume 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:3012/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:03

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

GUZMAN JIMENEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:24

# 1 0.122Subject Sample 04:25

2.777Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.119Subject Sample 04:28

1.917Breath Volume 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:5012/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:44

Hillsborough Co SO

LAITINEN,H

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

CANAS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.079Control Test 04:43

0.000Air Blank 04:43

# 1 0.226Subject Sample 04:44

2.562Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.223Subject Sample 04:47

2.378Breath Volume 04:47

0.000Air Blank 04:47

0.079Control Test 04:48

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:0612/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:44

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HERNANDEZ PEREZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:43

0.079Control Test 19:43

0.000Air Blank 19:44

# 1 0.170Subject Sample 19:44

1.886Breath Volume 19:44

0.000Air Blank 19:45

0.000Air Blank 19:46

# 2 0.169Subject Sample 19:47

2.281Breath Volume 19:47

0.000Air Blank 19:48

0.079Control Test 19:48

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:2812/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:44

Hillsborough Co SO

SUAREZ,O

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

RODRIGUEZ CABRERA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.078Control Test 22:47

0.000Air Blank 22:47

# 1 0.088Subject Sample 22:48

2.253Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.085Subject Sample 22:51

2.191Breath Volume 22:51

0.000Air Blank 22:52

0.077Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3712/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:16

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

OPORTA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

# 1Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:5112/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:16

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

OPORTA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:20

0.000Air Blank 02:20

# 1 0.161Subject Sample 02:21

1.707Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.160Subject Sample 02:25

1.195Breath Volume 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:1812/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:23

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

PEREA ZELAYA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:04

# 1 0.181Subject Sample 04:06

2.300Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.181Subject Sample 04:09

2.070Breath Volume 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5512/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:53

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

HERRINGTON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:26

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.079Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3312/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:32

Hillsborough Co SO

SUAREZ,O

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

KLINS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

# 1Subject Sample 02:13 Subject Test Refused

0.070Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2112/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:32

Hillsborough Co SO

SUAREZ,O

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

KLINS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

# 1 0.178Subject Sample 02:23

1.152Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:25

# 2 0.166Subject Sample 02:27

1.300Breath Volume 02:27

0.000Air Blank 02:28

0.082Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:5612/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:52

Hillsborough Co SO

ENCARNACION,J

03/05/2027

04125080A6

Temple Terrace PD

GANT,TIFFANY,

ACEVEDO RAVELO

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.078Control Test 04:36

0.000Air Blank 04:37

# 1 0.096Subject Sample 04:38

2.535Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.086Subject Sample 04:41

2.066Breath Volume 04:41

0.000Air Blank 04:41

0.078Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 01/15/2026 11:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:0612/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

03:52

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

RIVERA ISAULA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.078Control Test 04:46

0.000Air Blank 04:46

# 1 0.208Subject Sample 04:47

1.585Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:49

# 2 0.208Subject Sample 04:50

1.394Breath Volume 04:50

0.000Air Blank 04:51

0.078Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 01/15/2026 11:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:3112/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

03:49

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

GRANADA CARDONA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:02

# 1 0.025Subject Sample 05:02

2.296Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.026Subject Sample 05:05

2.347Breath Volume 05:05

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 01/15/2026 11:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1712/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:07

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

BAILLIE

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

# 1 0.226Subject Sample 00:42

1.546Breath Volume 00:42

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.230Subject Sample 00:45

2.316Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 01/15/2026 11:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:1612/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

19:50

Hillsborough Co SO

EHRHART,R

03/05/2027

04125080A6

FHP Troop C

YUMAN ROMERO,ANGIE,A

JAMES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:07

0.080Control Test 21:07

0.000Air Blank 21:08

# 1 0.057Subject Sample 21:08

1.386Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.058Subject Sample 21:11

2.117Breath Volume 21:11

0.000Air Blank 21:12

0.081Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 01/15/2026 11:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3712/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:25

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

RAMIREZ MENDEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.081Control Test 03:12

0.000Air Blank 03:12

# 1 0.195Subject Sample 03:13

1.316Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.183Subject Sample 03:16

2.382Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 01/15/2026 11:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007163CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:0012/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:24

Hillsborough Co SO

SUAREZ,O

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

BENJAMIN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

# 1 0.120Subject Sample 21:19

1.558Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.119Subject Sample 21:24

1.921Breath Volume 21:24

0.000Air Blank 21:25

0.083Control Test 21:25

0.000Air Blank 21:25

OKDiagnostics Check 21:26

Data Download Date/Time: 01/15/2026 11:26

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4612/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:56

23:54

FFWCC (Lakeland)

GREENUP,RONNY

03/28/2027

403008479

FFWCC (Lakeland)

ARBOGAST,JOSHUA,S

PICKERING

11/11/2025

8100.27

FFWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.078Control Test 00:34

0.000Air Blank 00:34

# 1 0.207Subject Sample 00:35

1.554Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.196Subject Sample 00:38

1.531Breath Volume 00:38

0.000Air Blank 00:38

0.077Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/11/2025 18:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:1012/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

19:56

Marion County SO

HEBER,ALEXANDER

08/30/2027

403135737

Marion County SO

HEBER,ALEXANDER,S

LANGHOFF

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.079Control Test 22:00

0.000Air Blank 22:01

# 1 0.237Subject Sample 22:01

2.417Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:03

# 2 0.203Subject Sample 22:04

1.125Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:06

# 3 0.217Subject Sample 22:08

1.976Breath Volume 22:08

0.000Air Blank 22:09

0.075Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1512/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:30

Marion County SO

QUBAISY,MUHAMMAD-
ALAMIN

08/30/2027

403135737

Marion County SO

QUBAISY,MUHAMMAD-
ALAMIN,Q

THOMAS

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.078Control Test 23:40

0.000Air Blank 23:40

# 1 0.139Subject Sample 23:41

1.230Breath Volume 23:41

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.131Subject Sample 23:46 Volume Not Met

1.097Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:49

# 3 0.122Subject Sample 23:52 Volume Not Met

0.902Breath Volume 23:52

0.000Air Blank 23:53

0.074Control Test 23:53 Control Outside Tolerance

0.000Air Blank 23:54

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3712/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:12

Ocala PD

CUPPY,CALEB

06/23/2028

403369407

Ocala PD

CUPPY,CALEB,J

CLASS

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:04

# 1 0.286Subject Sample 00:04

1.992Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.284Subject Sample 00:07

1.156Breath Volume 00:07

0.000Air Blank 00:08

0.077Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0812/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:25

Marion County SO

BAILEY,RONALD

06/23/2028

403369407

Marion County SO

BAILEY,RONALD,J

LORENZO

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:31

# 1 0.173Subject Sample 03:32

2.597Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.178Subject Sample 03:35

3.343Breath Volume 03:35

0.000Air Blank 03:36

0.077Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:34:5112/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:08

13:43

FHP Troop B

HARRISON,CHRISTIAN

06/23/2028

403369407

FHP Troop B

HARRISON,CHRISTIAN,J

DIXON

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:28

0.000Air Blank 14:28

0.080Control Test 14:29

0.000Air Blank 14:29

# 1 0.000Subject Sample 14:30

2.027Breath Volume 14:30

0.000Air Blank 14:30

0.000Air Blank 14:32

# 2 0.000Subject Sample 14:33

2.406Breath Volume 14:33

0.000Air Blank 14:33

0.079Control Test 14:34

0.000Air Blank 14:34

OKDiagnostics Check 14:34

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5012/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:02

Marion County SO

STEPHENS,KENNETH

06/23/2028

403369407

Marion County SO

STEPHENS,KENNETH,L

MOORE

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1 0.164Subject Sample 04:12

1.273Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.156Subject Sample 04:14

1.875Breath Volume 04:14

0.000Air Blank 04:15

0.077Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:5112/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

19:57

FHP Troop B

HARRISON,CHRISTIAN

06/23/2028

403369407

FHP Troop B

HARRISON,CHRISTIAN,J

MALIZIA

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.080Control Test 21:32

0.000Air Blank 21:32

# 1 0.249Subject Sample 21:33

2.425Breath Volume 21:33

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.236Subject Sample 21:35

1.781Breath Volume 21:35

0.000Air Blank 21:36

0.078Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0612/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:33

FHP Troop B

WILDEMAN-STUART,JORDAN

06/23/2028

403369407

FHP Troop B

WILDEMAN-STUART,JORDAN,R

SAINT-LOUIS

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:36

# 1 0.121Subject Sample 00:38

1.203Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:40

# 2 0.120Subject Sample 00:41

1.339Breath Volume 00:41

0.000Air Blank 00:42

0.076Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:32:5412/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:55

04:23

Marion County SO

ASLESON,MARSHALL

06/23/2028

403369407

Marion County SO

ASLESON,MARSHALL,A

REYES

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:25

0.000Air Blank 07:25

0.080Control Test 07:26

0.000Air Blank 07:26

# 1 0.123Subject Sample 07:27

2.425Breath Volume 07:27

0.000Air Blank 07:28

0.000Air Blank 07:30

# 2 0.123Subject Sample 07:31

2.441Breath Volume 07:31

0.000Air Blank 07:31

0.077Control Test 07:32

0.000Air Blank 07:32

OKDiagnostics Check 07:32

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:03:1812/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

14:40

Marion County SO

DOODY,LISA

06/23/2028

403369407

Marion County SO

JENT,TAYLOR,R

REISS

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:01

0.000Air Blank 17:01

0.081Control Test 17:02

0.000Air Blank 17:02

# 1Subject Sample 17:02 Sequence Aborted

0.000Breath Volume 17:02

0.000Air Blank 17:03

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:5012/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

14:40

Marion County SO

DOODY,LISA

06/23/2028

403369407

Marion County SO

JENT,TAYLOR,R

REISS

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:05

0.000Air Blank 17:06

0.081Control Test 17:06

0.000Air Blank 17:06

# 1 0.000Subject Sample 17:07

1.121Breath Volume 17:07

0.000Air Blank 17:07

0.000Air Blank 17:09

# 2 0.000Subject Sample 17:10

1.246Breath Volume 17:10

0.000Air Blank 17:10

0.079Control Test 17:11

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:0812/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:46

Marion County SO

BRADISH,BRANDON

06/23/2028

403369407

Marion County SO

BRADISH,BRANDON,P

COLDING

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.081Control Test 01:45

0.000Air Blank 01:45

# 1 0.159Subject Sample 01:46

2.640Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:48

# 2 0.158Subject Sample 01:49

3.054Breath Volume 01:49

0.000Air Blank 01:50

0.078Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:4012/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:24

Marion County SO

BAILEY,RONALD

06/23/2028

403369407

Marion County SO

BAILEY,RONALD,J

HUGHES

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.080Control Test 23:15

0.000Air Blank 23:16

# 1 0.153Subject Sample 23:16

3.210Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.150Subject Sample 23:19

3.121Breath Volume 23:19

0.000Air Blank 23:20

0.077Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2212/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:45

FHP Troop B

WILDEMAN-STUART,JORDAN

06/23/2028

403369407

FHP Troop B

WILDEMAN-STUART,JORDAN,R

FIDDIA

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.080Control Test 02:39

0.000Air Blank 02:39

# 1 0.139Subject Sample 02:40

1.921Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.153Subject Sample 02:43

3.214Breath Volume 02:43

0.000Air Blank 02:44

0.076Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:4912/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:33

Ocala PD

CUPPY,CALEB

06/23/2028

403369407

Ocala PD

CUPPY,CALEB,J

STEHLIN

11/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:25

0.079Control Test 22:25

0.000Air Blank 22:26

# 1 0.306Subject Sample 22:26

3.988Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.318Subject Sample 22:29

3.859Breath Volume 22:29

Air Blank 22:30 Purge Fail

0.000Air Blank 22:30

Data Download Date/Time: 12/19/2025 23:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007252CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:0212/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

20:23

Clermont PD

LOWE,MAYCEE

10/05/2026

25024080A3

Clermont PD

DION,BRIANNA,M

ALVARENGA

11/25/2025

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:52

# 1 0.133Subject Sample 21:54

1.613Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:56

# 2 0.128Subject Sample 21:57

1.558Breath Volume 21:57

0.000Air Blank 21:58

0.076Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:59

Data Download Date/Time: 12/22/2025 09:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007252CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:0812/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:48

Clermont PD

HOLMES,A

10/05/2026

25024080A3

Clermont PD

MACAVOY,J,

HARRISON

11/25/2025

8100.27

GROVELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.078Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 12/22/2025 09:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:1912/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

22:25

St. John's County SO

CAMDEN,DENNIS

08/09/2026

402816921

St. John's County SO

MILLS,SCOTT,T

SAHS

11/27/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.083Control Test 22:33

0.000Air Blank 22:34

# 1 0.156Subject Sample 22:35

1.839Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.162Subject Sample 22:38

1.128Breath Volume 22:38

0.000Air Blank 22:39

0.080Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 12/16/2025 19:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:5912/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:40

St. John's County SO

MILLS,SCOTT

08/09/2026

402816921

St. John's County SO

MILLS,SCOTT,T

REEDER

11/27/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.082Control Test 19:46

0.000Air Blank 19:47

# 1 0.113Subject Sample 19:48

2.246Breath Volume 19:48

0.000Air Blank 19:48

0.000Air Blank 19:50

# 2 0.111Subject Sample 19:50

2.109Breath Volume 19:50

0.000Air Blank 19:51

0.080Control Test 19:51

0.000Air Blank 19:52

FailDiagnostics Check 19:52 Internal Printer Test

0.000Air Blank 19:52

Data Download Date/Time: 12/16/2025 19:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:1712/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:40

St. John's County SO

MILLS,SCOTT

08/09/2026

402816921

St. John's County SO

MILLS,SCOTT,T

REEDER

11/27/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.082Control Test 19:55

0.000Air Blank 19:56

# 1 0.113Subject Sample 19:56

1.503Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.114Subject Sample 19:59

2.460Breath Volume 19:59

0.000Air Blank 20:00

0.081Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 12/16/2025 19:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0912/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:43

St. John's County SO

MILLS,SCOTT

08/09/2026

402816921

St. John's County SO

MILLS,SCOTT,T

MCTAMMANY

11/27/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.083Control Test 02:50

0.000Air Blank 02:51

# 1 0.169Subject Sample 02:51

3.273Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.158Subject Sample 02:54

2.605Breath Volume 02:54

0.000Air Blank 02:55

0.081Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 12/16/2025 19:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0812/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:57

St. John's County SO

MILLS,SCOTT

08/09/2026

402816921

St. John's County SO

MILLS,SCOTT,T

BRAVO LOPEZ

11/27/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.083Control Test 02:12

0.000Air Blank 02:12

# 1 0.134Subject Sample 02:13

3.753Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.138Subject Sample 02:16

3.863Breath Volume 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 12/16/2025 19:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:5412/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

22:19

St. John's County SO

MILLS,SCOTT

08/09/2026

402816921

St. John's County SO

MILLS,SCOTT,T

DETTLAFF

11/27/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.083Control Test 22:28

0.000Air Blank 22:28

# 1 0.154Subject Sample 22:29

2.222Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:31

# 2 0.152Subject Sample 22:32

2.777Breath Volume 22:32

0.000Air Blank 22:32

0.082Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 12/16/2025 19:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1112/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:35

St. John's County SO

MILLS,SCOTT

08/09/2026

402816921

St. John's County SO

MILLS,SCOTT,T

ARD

11/27/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.083Control Test 01:16

0.000Air Blank 01:16

# 1 0.163Subject Sample 01:17

1.445Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.156Subject Sample 01:20

1.382Breath Volume 01:20

0.000Air Blank 01:21

0.082Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 12/16/2025 19:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:5212/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:51

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

CLINE

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.082Control Test 00:15

0.000Air Blank 00:15

# 1Subject Sample 00:18 No Sample Provided

0.000Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.162Subject Sample 00:21

3.035Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 3Subject Sample 00:27 No Sample Provided

0.000Breath Volume 00:27

0.000Air Blank 00:27

0.081Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:0512/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:23

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

ORTIZ GOMEZ

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.082Control Test 22:56

0.000Air Blank 22:57

# 1 0.124Subject Sample 22:57

2.371Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.127Subject Sample 23:00

2.351Breath Volume 23:00

0.000Air Blank 23:01

0.082Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:2112/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:11

17:37

St. John's County SO

MCCANDLESS,MATTHEW

08/09/2026

402816921

St. John's County SO

MCCANDLESS,MATTHEW,B

ROME

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:32

0.000Air Blank 18:32

0.082Control Test 18:32

0.000Air Blank 18:33

# 1 0.136Subject Sample 18:34

1.171Breath Volume 18:34

0.000Air Blank 18:35

0.000Air Blank 18:36

# 2 0.133Subject Sample 18:37

1.308Breath Volume 18:37

0.000Air Blank 18:38

0.080Control Test 18:38

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:5512/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:05

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,JUSTIN,K

CHALKER

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.083Control Test 02:35

0.000Air Blank 02:36

# 1 0.147Subject Sample 02:36

4.453Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.148Subject Sample 02:40

2.726Breath Volume 02:40

0.000Air Blank 02:40

0.082Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:2412/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:38

St. John's County SO

SHUMAKER,THOMAS

08/09/2026

402816921

St. John's County SO

SHUMAKER,THOMAS,A

GIBBY

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.083Control Test 04:24

0.000Air Blank 04:24

# 1 0.200Subject Sample 04:25

3.445Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 2 0.182Subject Sample 04:30

1.468Breath Volume 04:30

0.000Air Blank 04:31

0.083Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:0912/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:52

18:57

St. John's County SO

SHUMAKER,THOMAS

08/09/2026

402816921

St. John's County SO

SHUMAKER,THOMAS,A

GILDERSLEEVE

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:13

0.083Control Test 20:14

0.000Air Blank 20:14

# 1 0.292Subject Sample 20:15

3.976Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:17

# 2 0.281Subject Sample 20:18

3.332Breath Volume 20:18

0.000Air Blank 20:19

0.080Control Test 20:19

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5012/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:00

St. John's County SO

CARROLL,JERRY

08/09/2026

402816921

St. John's County SO

CARROLL,JERRY,F

JUTTUKONDA

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.083Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:37

0.082Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:4012/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:17

St. Augustine PD

RUCCI,MATTHEW

08/09/2026

402816921

St. Augustine PD

BRYANT,RUBEN,D

INNIS

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

# 1 0.238Subject Sample 01:23

2.269Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.212Subject Sample 01:25

1.804Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 3 0.241Subject Sample 01:28

2.613Breath Volume 01:28

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:2212/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:42

17:21

St. Augustine PD

MCCULLOUGH,JAMES

08/09/2026

402816921

St. Augustine PD

MCCULLOUGH,JAMES,T

RATCLIFF

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:10

0.000Air Blank 18:10

0.081Control Test 18:11

0.000Air Blank 18:11

# 1 0.213Subject Sample 18:14 Volume Not Met

0.066Breath Volume 18:14

0.000Air Blank 18:15

0.000Air Blank 18:17

# 2 0.241Subject Sample 18:19

1.269Breath Volume 18:19

Air Blank 18:20 Purge Fail

0.000Air Blank 18:21

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:1112/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:42

17:21

St. Augustine PD

MCCULLOUGH,JAMES

08/09/2026

402816921

St. Augustine PD

MCCULLOUGH,JAMES,T

RATCLIFF

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:25

0.000Air Blank 18:25

0.077Control Test 18:25

0.000Air Blank 18:26

# 1 0.237Subject Sample 18:28

1.394Breath Volume 18:28

0.000Air Blank 18:29

0.000Air Blank 18:31

# 2 0.230Subject Sample 18:33

1.550Breath Volume 18:33

0.000Air Blank 18:34

0.079Control Test 18:34

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:3812/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:36

St. John's County SO

CAMDEN,DENNIS

08/09/2026

402816921

St. John's County SO

HARTZ,BRANDON,M

DURHAM

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.080Control Test 20:12

0.000Air Blank 20:12

# 1 0.079Subject Sample 20:13

1.304Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.082Subject Sample 20:16

1.796Breath Volume 20:16

0.000Air Blank 20:17

0.079Control Test 20:18

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2012/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:36

St. John's County SO

MARSH,JASON

08/09/2026

402816921

St. John's County SO

HARTZ,BRANDON,M

RASTRELLI

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.082Control Test 03:18

0.000Air Blank 03:18

# 1 0.214Subject Sample 03:19

1.250Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:21

# 2 0.232Subject Sample 03:22

2.789Breath Volume 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:2212/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:19

St. John's County SO

CARROLL,JERRY

08/09/2026

402816921

St. John's County SO

CARROLL,JERRY,F

OSLEN

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.082Control Test 22:58

0.000Air Blank 22:59

# 1 0.319Subject Sample 22:59

2.921Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.313Subject Sample 23:02

1.953Breath Volume 23:02

0.000Air Blank 23:03

0.081Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:5912/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:27

FHP Troop G

MONTGOMERY,KENNETH

08/09/2026

402816921

FHP Troop G

MONTGOMERY,KENNETH,R

LAMBERT

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.082Control Test 01:23

0.000Air Blank 01:23

# 1 0.225Subject Sample 01:24

2.101Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.218Subject Sample 01:27

1.140Breath Volume 01:27

0.000Air Blank 01:28

0.082Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 02/02/2026 13:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0312/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

12:51

St. John's County SO

SHUMAKER,THOMAS

08/09/2026

402816921

St. John's County SO

SHUMAKER,THOMAS,A

WITTWER

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:21

# 1 0.244Subject Sample 02:22

2.437Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:24

# 2 0.239Subject Sample 02:25

2.425Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:27

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2312/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:49

FHP Troop G

MONTGOMERY,KENNETH

08/09/2026

402816921

FHP Troop G

MONTGOMERY,KENNETH,R

CAVALIERE

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.082Control Test 03:52

0.000Air Blank 03:53

# 1 0.121Subject Sample 03:54

2.132Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.119Subject Sample 03:56

1.996Breath Volume 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:2812/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:37

FHP Troop G

MONTGOMERY,KENNETH

08/09/2026

402816921

FHP Troop G

MONTGOMERY,KENNETH,R

HALL

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.083Control Test 00:10

0.000Air Blank 00:11

# 1 0.000Subject Sample 00:14 Volume Not Met

0.187Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.000Subject Sample 00:17

1.628Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 3 0.000Subject Sample 00:21

1.789Breath Volume 00:21

0.000Air Blank 00:21

0.082Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:2912/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

02:04

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

LARK

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.082Control Test 02:28

0.000Air Blank 02:29

# 1 0.142Subject Sample 02:29

3.613Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.140Subject Sample 02:32

2.363Breath Volume 02:32

0.000Air Blank 02:33

0.082Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:4012/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:27

18:27

St. Augustine PD

SCHUSTER,ZACHARY

08/09/2026

402816921

St. Augustine PD

SCHUSTER,ZACHARY,R

ROBERT

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:53

0.000Air Blank 18:53

0.082Control Test 18:54

0.000Air Blank 18:54

# 1 0.171Subject Sample 18:55

2.035Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.158Subject Sample 18:59

1.468Breath Volume 18:59

0.000Air Blank 18:59

0.081Control Test 19:00

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3112/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:13

St. Augustine PD

DOCKERY,KALEB

08/09/2026

402816921

St. John's County SO

SALIFU,EZULDEEN,

HRONOWSKI

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.083Control Test 02:35

0.000Air Blank 02:36

# 1 0.049Subject Sample 02:36

1.710Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.050Subject Sample 02:39

2.046Breath Volume 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:0112/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:27

St. John's County SO

SHUMAKER,THOMAS

08/09/2026

402816921

St. John's County SO

SHUMAKER,THOMAS,A

RISNER

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.083Control Test 03:13

0.000Air Blank 03:14

# 1 0.218Subject Sample 03:15

1.992Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2 0.214Subject Sample 03:18

2.335Breath Volume 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:20

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:2912/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

21:16

St. John's County SO

SHUMAKER,THOMAS

08/09/2026

402816921

St. John's County SO

SHUMAKER,THOMAS,A

SCHMIDT

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.083Control Test 22:02

0.000Air Blank 22:03

# 1 0.137Subject Sample 22:05

2.257Breath Volume 22:05

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.146Subject Sample 22:08

2.085Breath Volume 22:08

0.000Air Blank 22:09

0.080Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4912/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:49

St. John's County SO

RIGGINS,BRENDAN

08/09/2026

402816921

St. John's County SO

RIGGINS,BRENDAN,M

EDWARDS

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.084Control Test 00:32

0.000Air Blank 00:32

# 1 0.189Subject Sample 00:33

1.531Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.197Subject Sample 00:36

2.097Breath Volume 00:36

0.000Air Blank 00:36

0.084Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:4712/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:28

St. John's County SO

GOSLIN,TYLER

08/09/2026

402816921

St. John's County SO

RIGGINS,BRENDAN,M

CIONI

12/16/2025

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.084Control Test 01:01

0.000Air Blank 01:01

# 1 0.056Subject Sample 01:02

2.554Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.053Subject Sample 01:07

1.226Breath Volume 01:07

0.000Air Blank 01:07

0.083Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 02/02/2026 13:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:0712/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:02

Broward County SO

VEGA,CHRISTOPHER

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

SMITH

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.080Control Test 19:39

0.000Air Blank 19:40

# 1 0.173Subject Sample 19:42

1.289Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:44

# 2 0.176Subject Sample 19:45

1.136Breath Volume 19:45

0.000Air Blank 19:46

0.078Control Test 19:46

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:2112/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

19:25

Broward County SO

SANTIAGO,LEONEL

06/27/2026

402783528

Pembroke Pines PD

TILLMAN,SHEILA,L

ELDRIDGE

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.079Control Test 21:06

0.000Air Blank 21:07

# 1 0.106Subject Sample 21:07

1.675Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.101Subject Sample 21:10

1.625Breath Volume 21:10

0.000Air Blank 21:11

0.079Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:2612/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:28

Broward County SO

WRIGHT,KIERSTEN

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

JIMENEZ CHAVEZ

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:31

# 1 0.041Subject Sample 22:32

1.835Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:34

# 2 0.044Subject Sample 22:35

1.675Breath Volume 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:0112/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:57

Broward County SO

CARTER,JAMES

06/27/2026

402783528

Fort Lauderdale PD

TILLMAN,SHEILA,L

SMITH

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1 0.290Subject Sample 02:50

1.585Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.267Subject Sample 02:53

1.609Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 3 0.285Subject Sample 02:57

2.402Breath Volume 02:57

0.000Air Blank 02:58

0.078Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:59

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2912/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:55

Broward County SO

KEATING,KAYLA

06/27/2026

402783528

Fort Lauderdale PD

TILLMAN,SHEILA,L

DIMITRIOTOUS

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.078Control Test 03:13

0.000Air Blank 03:13

# 1 0.119Subject Sample 03:17 Volume Not Met

0.117Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.103Subject Sample 03:22 Volume Not Met

0.218Breath Volume 03:22

0.000Air Blank 03:23

0.077Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:3212/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:12

Broward County SO

VAZQUEZ,JUSTIN

06/27/2026

402783528

Pembroke Pines PD

TILLMAN,SHEILA,L

MURPHINS

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.078Control Test 04:17

0.000Air Blank 04:18

# 1Subject Sample 04:19 Subject Test Refused

0.000Breath Volume 04:19

0.000Air Blank 04:19

0.079Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:3312/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:57

Broward County SO

GRANOVSKY,ROBERT

06/27/2026

402783528

Hallandale Beach PD

FRAZIER,ANAYA,S

ZADEGAN

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.225Subject Sample 03:50

3.167Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.225Subject Sample 03:53

3.644Breath Volume 03:53

0.000Air Blank 03:54

0.078Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:4312/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

14:51

Broward County SO

HOOD,MICHAEL

06/27/2026

402783528

Coral Springs PD

TILLMAN,SHEILA,L

REINHARDT

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:00

0.000Air Blank 19:01

0.079Control Test 19:01

0.000Air Blank 19:02

# 1 0.181Subject Sample 19:02

1.292Breath Volume 19:02

0.000Air Blank 19:03

0.000Air Blank 19:05

# 2 0.189Subject Sample 19:06

1.566Breath Volume 19:06

0.000Air Blank 19:07

0.079Control Test 19:08

0.000Air Blank 19:08

OKDiagnostics Check 19:08

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:5012/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:49

Broward County SO

CALLOWAY JR,KEWANN

06/27/2026

402783528

Sunrise PD

FRAZIER,ANAYA,S

BRUMAIRE

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

# 1 0.144Subject Sample 03:43

3.097Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.122Subject Sample 03:46

1.281Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 3 0.140Subject Sample 03:50

3.457Breath Volume 03:50

0.000Air Blank 03:50

0.077Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:5012/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:05

Broward County SO

KEATING,KAYLA

06/27/2026

402783528

Fort Lauderdale PD

TILLMAN,SHEILA,L

MILLIGAN

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

# 1 0.194Subject Sample 01:57

1.386Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.198Subject Sample 02:02

1.476Breath Volume 02:02

0.000Air Blank 02:02

0.077Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5412/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

00:00

Broward County SO

TOWNSEND,KIRK

06/27/2026

402783528

OTHER State

TILLMAN,SHEILA,L

JORGENSEN

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:50

# 1 0.114Subject Sample 02:51

1.929Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.113Subject Sample 02:55

1.292Breath Volume 02:55

0.000Air Blank 02:55

0.077Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 01/14/2026 08:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:5812/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:21

Broward County SO

DIAZ,CARLOS

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

MURTAGH

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.079Control Test 03:27

0.000Air Blank 03:27

# 1 0.171Subject Sample 03:28

2.109Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.187Subject Sample 03:31

2.000Breath Volume 03:31

0.000Air Blank 03:32

0.078Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4012/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:25

Broward County SO

PEREZ,CHELSEA

06/27/2026

402783528

Margate PD

FRAZIER,ANAYA,S

BACON

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.080Control Test 04:20

0.000Air Blank 04:20

# 1 0.120Subject Sample 04:21

1.613Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:23

# 2 0.116Subject Sample 04:24

1.968Breath Volume 04:24

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:4012/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:36

Broward County SO

TOWNSEND,KIRK

06/27/2026

402783528

OTHER State

TILLMAN,SHEILA,L

MATTHEWS III

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

# 1 0.154Subject Sample 04:39

1.292Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.152Subject Sample 04:42

2.023Breath Volume 04:42

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:33:1912/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:57

05:21

Broward County SO

BARBERIO,MADISON

06/27/2026

402783528

Hallandale Beach PD

FRAZIER,ANAYA,S

AVILA MARQUEZ

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:26

0.000Air Blank 06:27

0.079Control Test 06:27

0.000Air Blank 06:28

# 1 0.176Subject Sample 06:28

2.218Breath Volume 06:28

0.000Air Blank 06:29

0.000Air Blank 06:31

# 2 0.187Subject Sample 06:31

2.792Breath Volume 06:31

0.000Air Blank 06:32

0.079Control Test 06:32

0.000Air Blank 06:33

OKDiagnostics Check 06:33

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:27:0212/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:38

10:38

Broward County SO

LOPEZ,JORDAN

06/27/2026

402783528

Margate PD

FRAZIER,ANAYA,S

ROSERO BAHOS

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:20

0.000Air Blank 12:20

0.080Control Test 12:21

0.000Air Blank 12:21

# 1 0.186Subject Sample 12:22

2.082Breath Volume 12:22

0.000Air Blank 12:23

0.000Air Blank 12:24

# 2 0.184Subject Sample 12:25

2.187Breath Volume 12:25

0.000Air Blank 12:26

0.079Control Test 12:26

0.000Air Blank 12:26

OKDiagnostics Check 12:27

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3312/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:13

Broward County SO

FACCINI,DAVID

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

COLABATISTTO

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

# 1 0.136Subject Sample 01:07

1.703Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.130Subject Sample 01:10

1.437Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:3612/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:22

Broward County SO

LONG,DYLAN

06/27/2026

402783528

Davie PD

FRAZIER,ANAYA,S

ROBERSON

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1 0.170Subject Sample 03:39

1.207Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.167Subject Sample 03:43

1.703Breath Volume 03:43

0.000Air Blank 03:44

0.078Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:0612/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:48

17:06

Broward County SO

FRANK,TAYLOR

06/27/2026

402783528

Seminole Dept of LE

FRAZIER,ANAYA,S

DAVIS

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.079Control Test 19:17

0.000Air Blank 19:17

# 1 0.000Subject Sample 19:17

1.667Breath Volume 19:17

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.000Subject Sample 19:20

1.433Breath Volume 19:20

0.000Air Blank 19:21

0.080Control Test 19:21

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:2412/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:26

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

SALMON

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.079Control Test 21:51

0.000Air Blank 21:51

# 1 0.209Subject Sample 21:53

1.210Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.207Subject Sample 21:56

1.390Breath Volume 21:56

0.000Air Blank 21:57

0.078Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:0812/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

18:51

Broward County SO

MINIHAN,OWEN

06/27/2026

402783528

Margate PD

FRAZIER,ANAYA,S

MEZA

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

# 1 0.174Subject Sample 22:47

1.468Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.169Subject Sample 22:50

1.472Breath Volume 22:50

0.000Air Blank 22:51

0.079Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2012/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

00:07

Broward County SO

PERERA,JOSEPH

06/27/2026

402783528

Hallandale Beach PD

FRAZIER,ANAYA,S

SOFER

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

# 1 0.000Subject Sample 02:19

2.082Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.000Subject Sample 02:21

3.031Breath Volume 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3412/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:49

Broward County SO

CARTER,JAMES

06/27/2026

402783528

Fort Lauderdale PD

FRAZIER,ANAYA,S

JUNOP

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.080Control Test 01:45

0.000Air Blank 01:45

# 1 0.176Subject Sample 01:46

1.531Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.173Subject Sample 01:49

1.683Breath Volume 01:49

0.000Air Blank 01:50

0.078Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:3812/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:55

Broward County SO

GRANOVSKY,ROBERT

06/27/2026

402783528

Hallandale Beach PD

TILLMAN,SHEILA,L

BORDYUG

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.079Control Test 02:53

0.000Air Blank 02:54

# 1 0.213Subject Sample 02:55

1.796Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.208Subject Sample 03:00

1.121Breath Volume 03:00

0.000Air Blank 03:01

0.077Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 01/14/2026 08:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:4012/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

20:24

Broward County SO

RODRIGUEZ,DANIEL

06/27/2026

402783528

OTHER State

FRAZIER,ANAYA,S

GADSON

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.081Control Test 22:02

0.000Air Blank 22:03

# 1 0.000Subject Sample 22:04

2.324Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.000Subject Sample 22:07

2.089Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 01/14/2026 09:01

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:3412/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:41

Broward County SO

SOUSA,NICHOLAS

06/27/2026

402783528

Davie PD

FRAZIER,ANAYA,S

PEREYRA SERRANO

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.080Control Test 23:54

0.000Air Blank 23:54

# 1 0.169Subject Sample 23:55

1.527Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:57

# 2 0.168Subject Sample 23:58

1.195Breath Volume 23:58

0.000Air Blank 23:59

0.079Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 01/14/2026 09:01

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1312/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:27

Broward County SO

POLO,ANDREW

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

NIETO

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.079Control Test 02:25

0.000Air Blank 02:25

# 1 0.000Subject Sample 02:26

1.953Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.000Subject Sample 02:29

1.371Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 01/14/2026 09:01

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:1412/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:19

Broward County SO

LOPEZ,BRYAN

06/27/2026

402783528

Hallandale Beach PD

FRAZIER,ANAYA,S

CHEGUEN MARTINEZ

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

# 1 0.114Subject Sample 02:45

3.445Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.103Subject Sample 02:48

2.710Breath Volume 02:48

0.000Air Blank 02:49

0.078Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 01/14/2026 09:01

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:2812/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

04:52

Broward County SO

FACCINI,DAVID

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

DORSAINVIL

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:44

0.079Control Test 05:44

0.000Air Blank 05:45

# 1 0.221Subject Sample 05:45

2.546Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.191Subject Sample 05:48

2.585Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:51

# 3 0.185Subject Sample 05:51

2.234Breath Volume 05:51

0.000Air Blank 05:52

0.078Control Test 05:52

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3112/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:28

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

AYANOGLU

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.115Subject Sample 03:42

3.460Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.112Subject Sample 03:45

2.656Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:3412/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

03:48

Broward County SO

FARQUHARSON,KEVIN

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

DE JESUS CRUZ

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.080Control Test 04:52

0.000Air Blank 04:52

# 1 0.208Subject Sample 04:53

2.359Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:55

# 2 0.226Subject Sample 04:56

3.949Breath Volume 04:56

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:5112/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:41

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

DEAN

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

# 1 0.000Subject Sample 00:30

1.195Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.000Subject Sample 00:33

2.324Breath Volume 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:5412/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:59

Broward County SO

MENDOZA,STEVEN

06/27/2026

402783528

OTHER State

TILLMAN,SHEILA,L

RIVERA

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

# 1 0.162Subject Sample 01:56

1.703Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.184Subject Sample 01:59

2.421Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 3 0.163Subject Sample 02:02

1.761Breath Volume 02:02

0.000Air Blank 02:02

0.079Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:1712/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:21

Broward County SO

POLO,ANDREW

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

GILLES

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:14

# 1 0.124Subject Sample 03:15

2.464Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.120Subject Sample 03:18

1.796Breath Volume 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:23:0112/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

13:22

Broward County SO

LITTLE,HEATHER

06/27/2026

402783528

Plantation PD

TILLMAN,SHEILA,L

HARDEN

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:16

0.000Air Blank 15:17

0.080Control Test 15:17

0.000Air Blank 15:17

# 1 0.187Subject Sample 15:18

3.292Breath Volume 15:18

0.000Air Blank 15:19

0.000Air Blank 15:20

# 2 0.190Subject Sample 15:21

3.093Breath Volume 15:21

0.000Air Blank 15:22

0.079Control Test 15:22

0.000Air Blank 15:22

OKDiagnostics Check 15:23

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:0612/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:39

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

TILLMAN,SHEILA,L

DOWLTRAM

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

# 1 0.137Subject Sample 03:32

1.269Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.135Subject Sample 03:37

1.156Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007373CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:5112/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:13

Broward County SO

BARBERIO,MADISON

06/27/2026

402783528

Hallandale Beach PD

TILLMAN,SHEILA,L

LUKOVSKYI

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

# 1 0.220Subject Sample 04:41

2.046Breath Volume 04:41

0.000Air Blank 04:43

0.000Air Blank 04:44

# 2 0.230Subject Sample 04:45

1.445Breath Volume 04:45

0.000Air Blank 04:46

0.076Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 01/14/2026 09:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007381CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1112/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:38

Broward County SO

GUZMAN,JOSE

06/27/2026

402783528

Broward County SO

FRAZIER,ANAYA,S

CALLAWAY

11/05/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

# 1 0.095Subject Sample 02:59

1.687Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.089Subject Sample 03:03

1.718Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 12/03/2025 08:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:4712/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:46

FHP Troop B

GAMEZ,EDUARDO

06/25/2028

403374313

Live Oak PD

GUTSHALL,NICHOLAS,R

CLARK

11/30/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.081Control Test 22:08

0.000Air Blank 22:09

# 1Subject Sample 22:09 Subject Test Refused

0.000Breath Volume 22:09

0.000Air Blank 22:09

0.079Control Test 22:10

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 12/19/2025 21:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007382CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1712/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

00:36

FHP Troop B

MARTIN,DANIEL

06/25/2028

403374313

FHP Troop B

MARTIN,DANIEL,M

ODOM

12/19/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.082Control Test 02:14

0.000Air Blank 02:15

# 1 0.173Subject Sample 02:17

1.218Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.164Subject Sample 02:23 Volume Not Met

0.730Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 3 0.165Subject Sample 02:28 Volume Not Met

0.605Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 01/13/2026 15:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007433CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:1512/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:29

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

POPICK,SCOTT,L

PINA

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 23:01 Internal Printer Test

0.000Air Blank 23:02

Data Download Date/Time: 01/14/2026 10:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007433CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:4112/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:29

Broward County SO

POPICK,SCOTT

06/27/2026

402783528

Broward County SO

POPICK,SCOTT,L

PINA

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:05

# 1 0.191Subject Sample 23:07

2.113Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.198Subject Sample 23:10

2.085Breath Volume 23:10

0.000Air Blank 23:11

0.077Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 01/14/2026 10:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007433CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0512/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:13

Broward County SO

FACCINI,DAVID

06/27/2026

402783528

Broward County SO

POPICK,SCOTT,L

COLABATISTTO

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.078Control Test 23:49

0.000Air Blank 23:50

# 1 0.147Subject Sample 23:51

1.398Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.143Subject Sample 23:55

1.816Breath Volume 23:55

0.000Air Blank 23:56

0.077Control Test 23:56

0.000Air Blank 23:57

FailDiagnostics Check 23:57 Internal Printer Test

0.000Air Blank 23:58

Data Download Date/Time: 01/14/2026 10:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007433CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0112/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:13

Broward County SO

FACCINI,KEVIN

06/27/2026

402783528

Broward County SO

POPICK,SCOTT,L

COLABATISTTO

12/03/2025

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.077Control Test 00:02

0.000Air Blank 00:02

# 1 0.133Subject Sample 00:03

1.343Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.130Subject Sample 00:06

1.625Breath Volume 00:06

0.000Air Blank 00:07

0.077Control Test 00:07

0.000Air Blank 00:08

FailDiagnostics Check 00:08 Internal Printer Test

0.000Air Blank 00:09

Data Download Date/Time: 01/14/2026 10:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5112/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:10

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

STRAWBRIDGE

12/27/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.082Control Test 23:27

0.000Air Blank 23:28

# 1Subject Sample 23:28 Sequence Aborted

0.000Breath Volume 23:28

0.000Air Blank 23:28

Data Download Date/Time: 02/12/2026 17:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:5712/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:10

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

STRAWBRIDGE

12/27/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.082Control Test 23:31

0.000Air Blank 23:32

# 1 0.260Subject Sample 23:32

2.523Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.251Subject Sample 23:35

2.781Breath Volume 23:35

Air Blank 23:36 RFI Detect

0.000Air Blank 23:36

Data Download Date/Time: 02/12/2026 17:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:4712/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:10

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

STRAWBRIDGE

12/27/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

# 1 0.235Subject Sample 23:40

2.796Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:42

# 2 0.240Subject Sample 23:43

2.683Breath Volume 23:43

0.000Air Blank 23:44

0.078Control Test 23:44

0.000Air Blank 23:45

FailDiagnostics Check 23:45 Temperature Regulation Test

0.000Air Blank 23:45

Data Download Date/Time: 02/12/2026 17:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007455CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:3912/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:10

FHP Troop G

MONTGOMERY,KENNETH

08/29/2027

403135736

FHP Troop G

MONTGOMERY,KENNETH,R

STRAWBRIDGE

12/27/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 23:48 Temperature Regulation Test

0.000Air Blank 23:48

Data Download Date/Time: 02/12/2026 17:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:2412/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:03

FHP Troop B

HARRISON,CHRISTIAN

12/16/2028

403516666

FHP Troop B

WILDEMAN-STUART,JORDAN,R

REED

12/31/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.078Control Test 19:41

0.000Air Blank 19:42

# 1 0.163Subject Sample 19:42

2.394Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.156Subject Sample 19:45

2.375Breath Volume 19:45

0.000Air Blank 19:46

0.079Control Test 19:46

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 01/01/2026 18:50

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007478CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2112/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:14

Bay County SO

YOUNG,THOMAS

11/01/2026

402886996

Bay County SO

FOSTER,ALEX,

DICKENS

11/06/2025

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

# 1 0.204Subject Sample 03:20

3.003Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.195Subject Sample 03:23

2.117Breath Volume 03:23

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 12/23/2025 14:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007480CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:14:5312/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:39

07:23

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

WAHL

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:07

0.000Air Blank 08:08

0.079Control Test 08:08

0.000Air Blank 08:09

# 1 0.171Subject Sample 08:09

3.031Breath Volume 08:09

0.000Air Blank 08:10

0.000Air Blank 08:12

# 2 0.172Subject Sample 08:13

3.253Breath Volume 08:13

0.000Air Blank 08:13

0.078Control Test 08:14

0.000Air Blank 08:14

OKDiagnostics Check 08:14

Data Download Date/Time: 01/15/2026 10:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007480CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:16:3412/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:39

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

GALVEZ DE LOS SANTOS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:09

0.000Air Blank 06:10

0.080Control Test 06:10

0.000Air Blank 06:11

# 1 0.159Subject Sample 06:11

2.019Breath Volume 06:11

0.000Air Blank 06:12

0.000Air Blank 06:14

# 2 0.158Subject Sample 06:15

2.335Breath Volume 06:15

0.000Air Blank 06:15

0.079Control Test 06:15

0.000Air Blank 06:16

OKDiagnostics Check 06:16

Data Download Date/Time: 01/15/2026 10:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007480CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:1712/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:43

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

ROBINSON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:21

# 1 0.088Subject Sample 03:22

1.320Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:24

# 2 0.091Subject Sample 03:25

1.226Breath Volume 03:25

0.000Air Blank 03:26

0.078Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 01/15/2026 10:59

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:0112/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

22:24

Hillsborough Co SO

CUTINO,E

12/05/2027

29425080A2

FHP Troop C

NELLES,LEXIE,C

O'CONNOR

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.081Control Test 00:00

0.000Air Blank 00:00

# 1 0.185Subject Sample 00:01

1.765Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.189Subject Sample 00:04

1.500Breath Volume 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:06

Data Download Date/Time: 01/15/2026 10:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0412/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:18

Hillsborough Co SO

EHRHART,R

12/05/2027

29425080A2

FHP Troop C

MONTGOMERY,ALECIA,L

ZAPATA PIEDRAHITA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:01

# 1 0.149Subject Sample 03:02

2.593Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.153Subject Sample 03:05

3.972Breath Volume 03:05

0.000Air Blank 03:06

0.082Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:07

Data Download Date/Time: 01/15/2026 10:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:3912/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:58

Hillsborough Co SO

HALL,K

12/05/2027

29425080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

COSTON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

# 1 0.185Subject Sample 02:55

1.636Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.174Subject Sample 02:59

1.375Breath Volume 02:59

0.000Air Blank 02:59

0.079Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 01/15/2026 10:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:0612/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:40

Hillsborough Co SO

ST WILLIAMS,P

12/05/2027

29425080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

MULKEY

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

# 1 0.124Subject Sample 03:50

1.574Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.118Subject Sample 03:54

1.917Breath Volume 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 01/15/2026 10:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:4012/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:29

Hillsborough Co SO

ALVA-ARIAS,K

12/05/2027

29425080A2

Hillsborough Co SO

NELLES,LEXIE,C

FROST

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1 0.122Subject Sample 04:14 Volume Not Met

0.804Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.135Subject Sample 04:18

1.546Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 3 0.148Subject Sample 04:22

1.765Breath Volume 04:22

0.000Air Blank 04:22

0.078Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 01/15/2026 10:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1612/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:50

Hillsborough Co SO

SNAGGS,S

12/05/2027

29425080A2

Tampa PD

JONES,MINDY,L

TETRO

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

# 1Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 01/15/2026 10:44

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:3012/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

05:12

Hillsborough Co SO

STANTON,N

12/05/2027

29425080A2

Tampa PD

GANT,TIFFANY,

DIAZ JR

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

# 1 0.169Subject Sample 05:54

2.589Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:56

# 2 0.180Subject Sample 05:57

2.667Breath Volume 05:57

0.000Air Blank 05:58

0.080Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4112/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:57

Hillsborough Co SO

PETERS,M

12/05/2027

29425080A2

Tampa PD

GANT,TIFFANY,

MCLAUGHLIN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:42

# 1 0.099Subject Sample 02:43

1.984Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.097Subject Sample 02:46

1.742Breath Volume 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:2912/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:43

Hillsborough Co SO

ABROMAVICIUS,A

12/05/2027

29425080A2

Hillsborough Co SO

WALKINS,KEYANNA,A

WOLFRAM

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.082Control Test 22:45

0.000Air Blank 22:46

# 1 0.064Subject Sample 22:47

1.792Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.064Subject Sample 22:49

2.425Breath Volume 22:49

0.000Air Blank 22:50

0.081Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1812/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:07

Hillsborough Co SO

PACHECO MARTINEZ,J

12/05/2027

29425080A2

FHP Troop C

YUMAN ROMERO,ANGIE,A

SIMONSON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.081Control Test 01:16

0.000Air Blank 01:16

# 1 0.165Subject Sample 01:17

2.457Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.170Subject Sample 01:22

1.886Breath Volume 01:22

0.000Air Blank 01:23

0.081Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0512/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:02

Hillsborough Co SO

JACOBS,D

12/05/2027

29425080A2

FHP Troop C

NELLES,LEXIE,C

HARDY

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:50 No Sample Provided

0.000Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2Subject Sample 01:52 Subject Test Refused

0.000Breath Volume 01:52

0.000Air Blank 01:53

0.082Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:2512/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:33

Hillsborough Co SO

JENKINS,A

12/05/2027

29425080A2

Hillsborough Co SO

NELLES,LEXIE,C

NUNEZ GARCIA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.081Control Test 03:42

0.000Air Blank 03:43

# 1 0.144Subject Sample 03:43

1.375Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.143Subject Sample 03:46

1.890Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:4612/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:14

05:37

Hillsborough Co SO

JENKINS,A

12/05/2027

29425080A2

Hillsborough Co SO

NELLES,LEXIE,C

TORRES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:34

0.000Air Blank 06:35

0.080Control Test 06:35

0.000Air Blank 06:36

# 1 0.147Subject Sample 06:37

1.562Breath Volume 06:37

0.000Air Blank 06:38

0.000Air Blank 06:40

# 2 0.137Subject Sample 06:41

1.800Breath Volume 06:41

0.000Air Blank 06:41

0.080Control Test 06:42

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:0912/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:26

Hillsborough Co SO

EHRHART,R

12/05/2027

29425080A2

FHP Troop C

YUMAN ROMERO,ANGIE,A

NEWMAN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.081Control Test 23:21

0.000Air Blank 23:21

# 1 0.156Subject Sample 23:23

1.718Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.192Subject Sample 23:26

1.859Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 3 0.183Subject Sample 23:29

1.410Breath Volume 23:29

0.000Air Blank 23:30

0.081Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:1312/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:03

Hillsborough Co SO

BLANCHARD,J

12/05/2027

29425080A2

Tampa PD

NELLES,LEXIE,C

PEREZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.080Control Test 23:56

0.000Air Blank 23:57

# 1Subject Sample 00:00 No Sample Provided

0.000Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2Subject Sample 00:05 No Sample Provided

0.000Breath Volume 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4512/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:30

Hillsborough Co SO

BAKER,J

12/05/2027

29425080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

ARES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.081Control Test 04:21

0.000Air Blank 04:21

# 1 0.188Subject Sample 04:22

2.460Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.180Subject Sample 04:25

2.003Breath Volume 04:25

0.000Air Blank 04:25

0.080Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:3912/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:37

Hillsborough Co SO

RODRIGUEZ,C

12/05/2027

29425080A2

Tampa PD

KROME,BRITTNEY,M

ROIG LAPUENTE

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

# 1 0.098Subject Sample 23:37

1.539Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.097Subject Sample 23:41

1.957Breath Volume 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3412/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:15

Hillsborough Co SO

BURKE,B

12/05/2027

29425080A2

Hillsborough Co SO

GANT,TIFFANY,

AMIS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:28

# 1 0.162Subject Sample 01:28

1.339Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.165Subject Sample 01:32

1.695Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0712/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

00:18

Hillsborough Co SO

MORALES,O

12/05/2027

29425080A2

FHP Troop C

KLEIN,ETHAN,H

COFFIN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1 0.110Subject Sample 02:13

4.031Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.115Subject Sample 02:16

3.105Breath Volume 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:20:5912/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:47

15:25

Hillsborough Co SO

PATE,M

12/05/2027

29425080A2

Hillsborough Co SO

DAVIS,SERENA,J

DREW

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:08

0.000Air Blank 17:08

0.082Control Test 17:09

0.000Air Blank 17:09

# 1 0.211Subject Sample 17:12

1.609Breath Volume 17:12

0.000Air Blank 17:12

0.000Air Blank 17:14

# 2 0.190Subject Sample 17:15

1.957Breath Volume 17:15

0.000Air Blank 17:15

0.000Air Blank 17:17

# 3 0.202Subject Sample 17:19

2.167Breath Volume 17:19

0.000Air Blank 17:20

0.080Control Test 17:20

0.000Air Blank 17:20

OKDiagnostics Check 17:20

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:5812/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:32

Hillsborough Co SO

GONZALEZ,J

12/05/2027

29425080A2

Tampa PD

KROME,BRITTNEY,M

HOWARD

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.081Control Test 22:13

0.000Air Blank 22:14

# 1 0.237Subject Sample 22:14

2.562Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:16

# 2 0.237Subject Sample 22:17

2.164Breath Volume 22:17

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:4112/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

21:51

Hillsborough Co SO

CUTINO,E

12/05/2027

29425080A2

FHP Troop C

KROME,BRITTNEY,M

CHOC CU

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1 0.164Subject Sample 23:42

1.160Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.165Subject Sample 23:46

1.351Breath Volume 23:46

0.000Air Blank 23:46

0.080Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 01/15/2026 11:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:4212/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:40

Hillsborough Co SO

JENKINS,A

12/05/2027

29425080A2

Hillsborough Co SO

KROME,BRITTNEY,M

ROSAS-FRIAS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.081Control Test 00:43

0.000Air Blank 00:44

# 1 0.007Subject Sample 00:44

2.144Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.007Subject Sample 00:47

1.718Breath Volume 00:47

0.000Air Blank 00:47

0.081Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:2612/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:27

Hillsborough Co SO

MIKSCH,S

12/05/2027

29425080A2

Tampa PD

KLEIN,ETHAN,H

BOSTON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.081Control Test 02:30

0.000Air Blank 02:30

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:3212/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:26

Hillsborough Co SO

BURKE,B

12/05/2027

29425080A2

Hillsborough Co SO

KROME,BRITTNEY,M

ODUARDO GARCIA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:16

# 1 0.174Subject Sample 04:17

2.460Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.167Subject Sample 04:19

1.898Breath Volume 04:19

0.000Air Blank 04:20

0.081Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0712/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:51

Hillsborough Co SO

STEPHENS,T

12/05/2027

29425080A2

Hillsborough Co SO

WALKINS,KEYANNA,A

MONDESIR

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1 0.148Subject Sample 02:38

1.433Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.133Subject Sample 02:41

1.625Breath Volume 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:1312/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

18:23

Hillsborough Co SO

PINCAY,D

12/05/2027

29425080A2

Hillsborough Co SO

WALKINS,KEYANNA,A

FRYE

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:19

0.000Air Blank 19:19

0.080Control Test 19:20

0.000Air Blank 19:20

# 1 0.156Subject Sample 19:21

2.179Breath Volume 19:21

0.000Air Blank 19:22

0.000Air Blank 19:23

# 2 0.130Subject Sample 19:24

1.257Breath Volume 19:24

0.000Air Blank 19:25

0.000Air Blank 19:26

# 3 0.133Subject Sample 19:27

2.355Breath Volume 19:27

0.000Air Blank 19:28

0.080Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:0512/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:00

Hillsborough Co SO

BAILEY,D

12/05/2027

29425080A2

Tampa PD

NELLES,LEXIE,C

SCHMIDT

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

# 1 0.146Subject Sample 01:43

2.519Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.149Subject Sample 01:46

2.242Breath Volume 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:2612/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:21

Hillsborough Co SO

SUAREZ,O

12/05/2027

29425080A2

Hillsborough Co SO

NELLES,LEXIE,C

MONTANEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.080Control Test 04:05

0.000Air Blank 04:05

# 1 0.159Subject Sample 04:06

1.570Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.169Subject Sample 04:08

1.781Breath Volume 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:0412/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:31

Hillsborough Co SO

STEPHENS,T

12/05/2027

29425080A2

Hillsborough Co SO

WALKINS,KEYANNA,A

BLANCO

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.194Subject Sample 04:25 Volume Not Met

0.085Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2Subject Sample 04:29 Subject Test Refused

0.000Breath Volume 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:31

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:57:5812/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:30

12:47

Hillsborough Co SO

PAUSE,O

12/05/2027

29425080A2

FHP Troop C

DAVIS,SERENA,J

MIRANDA-MARTINEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:51

0.000Air Blank 13:52

0.081Control Test 13:52

0.000Air Blank 13:52

# 1 0.139Subject Sample 13:53

2.410Breath Volume 13:53

0.000Air Blank 13:53

0.000Air Blank 13:55

# 2 0.136Subject Sample 13:56

1.742Breath Volume 13:56

0.000Air Blank 13:57

0.081Control Test 13:57

0.000Air Blank 13:57

OKDiagnostics Check 13:57

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:1812/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:20

Hillsborough Co SO

GARNER,W

12/05/2027

29425080A2

Hillsborough Co SO

GANT,TIFFANY,

ORTIZ ARGUETA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1 0.201Subject Sample 01:05

2.859Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.192Subject Sample 01:08

2.941Breath Volume 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4312/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:06

Hillsborough Co SO

RODRIGUEZ,M

12/05/2027

29425080A2

Tampa PD

JONES,MINDY,L

POZO

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

# 1 0.087Subject Sample 02:07

2.425Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.084Subject Sample 02:10

1.937Breath Volume 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3212/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:14

Hillsborough Co SO

FLINT,J

12/05/2027

29425080A2

Hillsborough Co SO

GANT,TIFFANY,

PILSBURY

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.050Subject Sample 02:42

2.355Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.050Subject Sample 02:46

2.304Breath Volume 02:46

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:0312/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:37

Hillsborough Co SO

FRUEH,D

12/05/2027

29425080A2

Tampa PD

KLEIN,ETHAN,H

FINN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:11

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

# 1 0.140Subject Sample 04:13

1.410Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.145Subject Sample 04:16

2.339Breath Volume 04:16

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:18

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:0812/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:28

Hillsborough Co SO

CARR,X

12/05/2027

29425080A2

U of So FL Campus PD

GANT,TIFFANY,

JONAS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:59

# 1 0.000Subject Sample 05:00

1.750Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.000Subject Sample 05:03

2.015Breath Volume 05:03

0.000Air Blank 05:04

0.081Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:1912/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:51

Hillsborough Co SO

GARNER,W

12/05/2027

29425080A2

Hillsborough Co SO

KLEIN,ETHAN,H

FIS MORALES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:33

0.081Control Test 05:34

0.000Air Blank 05:34

# 1 0.167Subject Sample 05:34

2.910Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.173Subject Sample 05:37

3.105Breath Volume 05:37

0.000Air Blank 05:38

0.081Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:1012/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:07

Hillsborough Co SO

BAILEY,D

12/05/2027

29425080A2

Tampa PD

JONES,MINDY,L

ENIGBOKAN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:53

0.080Control Test 05:54

0.000Air Blank 05:54

# 1Subject Sample 05:56 Subject Test Refused

0.000Breath Volume 05:56

0.000Air Blank 05:57

0.080Control Test 05:57

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:1912/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:55

Hillsborough Co SO

ALMAGUER,A

12/05/2027

29425080A2

Hillsborough Co SO

JONES,MINDY,L

HURTADO DE MENDOZA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:59

# 1 0.111Subject Sample 20:00

1.632Breath Volume 20:00

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2 0.109Subject Sample 20:03

1.980Breath Volume 20:03

0.000Air Blank 20:04

0.079Control Test 20:04

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:5212/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:21

Hillsborough Co SO

BAKER,J

12/05/2027

29425080A2

Tampa PD

KROME,BRITTNEY,M

DELAINE

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:14

0.000Air Blank 20:15

0.081Control Test 20:15

0.000Air Blank 20:16

# 1 0.073Subject Sample 20:16

1.902Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:18

# 2 0.074Subject Sample 20:19

2.023Breath Volume 20:19

0.000Air Blank 20:19

0.080Control Test 20:20

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 01/15/2026 11:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:1812/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:28

Hillsborough Co SO

ALVA-ARIAS,K

12/05/2027

29425080A2

Hillsborough Co SO

KROME,BRITTNEY,M

CARDENAS VIJIL

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:50

# 1 0.128Subject Sample 22:51

1.714Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.140Subject Sample 22:54

1.722Breath Volume 22:54

0.000Air Blank 22:55

0.081Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 01/15/2026 11:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5612/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:49

Hillsborough Co SO

FRUEH,D

12/05/2027

29425080A2

Tampa PD

KROME,BRITTNEY,M

HOSSAIN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

# 1 0.073Subject Sample 01:27

1.484Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.074Subject Sample 01:30

1.679Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/15/2026 11:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4212/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:07

Hillsborough Co SO

ALVA-ARIAS,K

12/05/2027

29425080A2

Hillsborough Co SO

JONES,MINDY,L

CARDOSO FLEITES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.080Control Test 03:42

0.000Air Blank 03:42

# 1 0.065Subject Sample 03:43

2.542Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.066Subject Sample 03:46

2.710Breath Volume 03:46

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/15/2026 11:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:1812/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:17

Hillsborough Co SO

TRUJILLO,M

12/05/2027

29425080A2

Hillsborough Co SO

KROME,BRITTNEY,M

BARBARY

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.081Control Test 04:07

0.000Air Blank 04:07

# 1 0.172Subject Sample 04:10

1.250Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.165Subject Sample 04:13

1.511Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 01/15/2026 11:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:5912/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:53

Hillsborough Co SO

RODRIGUEZ,C

12/05/2027

29425080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

GRADY

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.082Control Test 01:38

0.000Air Blank 01:38

# 1 0.196Subject Sample 01:41

1.105Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:43

# 2 0.214Subject Sample 01:44

1.511Breath Volume 01:44

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 01/15/2026 11:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007481CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:4612/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:18

Hillsborough Co SO

JENKINS,A

12/05/2027

29425080A2

Hillsborough Co SO

NELLES,LEXIE,C

LOPEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:27

# 1 0.154Subject Sample 02:28

1.429Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.161Subject Sample 02:31

1.929Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 01/15/2026 11:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:1812/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:19

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

KROME,BRITTNEY,M

MUNSON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.079Control Test 02:28

0.000Air Blank 02:28

# 1 0.000Subject Sample 02:28

1.589Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.000Subject Sample 02:31

1.355Breath Volume 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2112/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:49

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

BLANCO-ROJAS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

# 1 0.128Subject Sample 02:32

2.449Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.130Subject Sample 02:35

2.027Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:3612/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

04:16

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

VIDAURRI

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.079Control Test 05:15

0.000Air Blank 05:15

# 1 0.119Subject Sample 05:16

1.132Breath Volume 05:16

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.132Subject Sample 05:19

1.332Breath Volume 05:19

0.000Air Blank 05:20

0.079Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4012/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

01:04

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

KROME,BRITTNEY,M

FILS-AMIE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

# 1 0.000Subject Sample 01:27

1.363Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.000Subject Sample 01:30

1.343Breath Volume 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0412/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:44

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

MORALES-MARTINEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:47

# 1 0.075Subject Sample 03:48

3.027Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.077Subject Sample 03:51

2.785Breath Volume 03:51

0.000Air Blank 03:52

0.078Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1712/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:12

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

CONWELL ARRINDELL

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

# 1 0.086Subject Sample 03:57

2.765Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.082Subject Sample 04:00

2.097Breath Volume 04:00

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:0912/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:12

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

HAMMOND,JENNY,J

THOMPSON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:18

# 1 0.045Subject Sample 21:18

2.496Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.045Subject Sample 21:21

1.609Breath Volume 21:21

0.000Air Blank 21:22

0.078Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2312/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:53

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

GRAHAM

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

# 1 0.168Subject Sample 23:44

1.574Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.174Subject Sample 23:47

1.238Breath Volume 23:47

0.000Air Blank 23:48

0.078Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3012/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

22:50

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

BAKER JR

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:57

# 2 0.143Subject Sample 23:59

3.812Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.150Subject Sample 00:02

2.718Breath Volume 00:02

0.000Air Blank 00:03

0.078Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:5512/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:08

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

HAMMOND,JENNY,J

STEWART

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.078Control Test 00:13

0.000Air Blank 00:14

# 1 0.144Subject Sample 00:15

1.128Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.148Subject Sample 00:18

1.296Breath Volume 00:18

0.000Air Blank 00:18

0.078Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:5212/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:21

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

HAMMOND,JENNY,J

GARCIA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.078Control Test 00:26

0.000Air Blank 00:27

# 1 0.155Subject Sample 00:28

2.312Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.140Subject Sample 00:31

1.687Breath Volume 00:31

0.000Air Blank 00:31

0.078Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:0712/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:44

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

HAMMOND,JENNY,J

MONCADA CONTRERAS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:05

# 1 0.172Subject Sample 01:06

3.074Breath Volume 01:06

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.160Subject Sample 01:09

1.468Breath Volume 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 12/16/2025 09:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2012/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:33

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

LEYMAN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.078Control Test 01:30

0.000Air Blank 01:30

# 1 0.164Subject Sample 01:31

1.757Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.166Subject Sample 01:34

1.175Breath Volume 01:34

0.000Air Blank 01:35

0.077Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0012/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:02

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

HAMMOND,JENNY,J

VILLAGOMEZ-NAVA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

# 1 0.135Subject Sample 02:01

1.613Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.134Subject Sample 02:04

1.660Breath Volume 02:04

0.000Air Blank 02:05

0.077Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:06

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0412/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:55

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

BOGGS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:48

# 1 0.020Subject Sample 03:48

1.519Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.020Subject Sample 03:51

1.550Breath Volume 03:51

0.000Air Blank 03:52

0.078Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0412/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:19

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

HAMMOND,JENNY,J

MELENDEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:03

# 1 0.182Subject Sample 04:04

1.117Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.191Subject Sample 04:08

1.238Breath Volume 04:08

0.000Air Blank 04:09

0.078Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:10

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:2012/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:23

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

TRELEVAS III

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.078Control Test 04:25

0.000Air Blank 04:26

# 1 0.125Subject Sample 04:26

2.218Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.126Subject Sample 04:29

1.402Breath Volume 04:29

0.000Air Blank 04:30

0.078Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:0212/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:57

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

SCHNELTING

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

# 1 0.000Subject Sample 04:45

2.195Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.000Subject Sample 04:48

1.929Breath Volume 04:48

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:50

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4112/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:29

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

RAMDAT UPADHYA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

# 1 0.211Subject Sample 02:26

1.578Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.219Subject Sample 02:29

1.707Breath Volume 02:29

0.000Air Blank 02:30

0.085Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0312/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:43

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

CRUZ PINO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:22 No Sample Provided

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.136Subject Sample 03:28 Volume Not Met

0.082Breath Volume 03:28

0.000Air Blank 03:29

0.078Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2512/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:29

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

MOORE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 04:00

0.000Air Blank 04:00

# 1 0.105Subject Sample 04:01

1.289Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.111Subject Sample 04:04

1.285Breath Volume 04:04

0.000Air Blank 04:05

0.078Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1312/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:54

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

FORNINO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

# 1 0.111Subject Sample 03:36

2.183Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.110Subject Sample 03:39

2.484Breath Volume 03:39

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:3212/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:28

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

CAVALIERI

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

# 1 0.153Subject Sample 01:16

1.339Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.154Subject Sample 01:19

1.703Breath Volume 01:19

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:3712/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

04:46

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

SANCHEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:25

# 1 0.161Subject Sample 05:25

2.902Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.164Subject Sample 05:28

1.785Breath Volume 05:28

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2812/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:26

Hillsborough Co SO

PIERRE,C

03/05/2027

04125080A6

Plant City PD

NELLES,LEXIE,C

REESE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

# 1 0.174Subject Sample 00:34

2.109Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.176Subject Sample 00:37

1.507Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:0312/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:17

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

HERNANDEZ GOMEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1 0.203Subject Sample 01:05

1.625Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:07

# 2 0.184Subject Sample 01:08

1.632Breath Volume 01:08

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:10

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5312/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:11

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

ROBERTSON

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

# 1 0.128Subject Sample 03:50

1.832Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.126Subject Sample 03:54

1.667Breath Volume 03:54

0.000Air Blank 03:54

0.079Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:0312/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:34

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

SMITH JR

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

# 1 0.082Subject Sample 04:20

1.714Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:22

# 2 0.087Subject Sample 04:23

1.925Breath Volume 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:25

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4412/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:15

Hillsborough Co SO

BLANCHARD,J

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

GONZALEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

# 1 0.158Subject Sample 03:01

2.105Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.155Subject Sample 03:04

1.433Breath Volume 03:04

0.000Air Blank 03:04

0.079Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:5412/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:37

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

SANCHEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.079Control Test 04:26

0.000Air Blank 04:26

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:27

0.080Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:2812/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:44

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

DESTEPHANO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

# 1 0.175Subject Sample 04:34

2.703Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.177Subject Sample 04:37

1.695Breath Volume 04:37

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3412/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:56

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

EMIN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1 0.200Subject Sample 01:34

2.460Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.196Subject Sample 01:37

2.007Breath Volume 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:0512/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:27

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

OBRIEN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

# 1 0.135Subject Sample 01:07

1.832Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.137Subject Sample 01:10

1.414Breath Volume 01:10

0.000Air Blank 01:11

0.079Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:4212/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:31

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

TORRES

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:13

# 1 0.158Subject Sample 04:15

2.531Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.160Subject Sample 04:18

2.628Breath Volume 04:18

0.000Air Blank 04:18

0.079Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:22:0412/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

05:16

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

SALVADOR

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:14

0.000Air Blank 06:15

0.080Control Test 06:15

0.000Air Blank 06:16

# 1 0.112Subject Sample 06:17

1.460Breath Volume 06:17

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2 0.113Subject Sample 06:20

1.695Breath Volume 06:20

0.000Air Blank 06:21

0.079Control Test 06:21

0.000Air Blank 06:21

OKDiagnostics Check 06:22

Data Download Date/Time: 12/16/2025 09:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:1812/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:32

17:11

Hillsborough Co SO

HANSEN,M

03/05/2027

04125080A6

Hillsborough Co SO

ORTEGA,JESSICA,M

OWNLEY

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:52

0.000Air Blank 17:53

0.080Control Test 17:53

0.000Air Blank 17:54

# 1 0.179Subject Sample 17:54

3.863Breath Volume 17:54

0.000Air Blank 17:55

0.000Air Blank 17:57

# 2 0.166Subject Sample 17:57

1.742Breath Volume 17:57

0.000Air Blank 17:58

0.079Control Test 17:58

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 01/15/2026 09:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:1212/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:19

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

MONTGOMERY,ALECIA,L

CHIA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.079Control Test 23:09

0.000Air Blank 23:09

# 1 0.055Subject Sample 23:10

2.578Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.056Subject Sample 23:13

2.589Breath Volume 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 01/15/2026 09:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:0712/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:21

Hillsborough Co SO

THEODORE,P

03/05/2027

04125080A6

Plant City PD

WALKINS,KEYANNA,A

SCIULLI

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.079Control Test 00:38

0.000Air Blank 00:38

# 1 0.079Subject Sample 00:39

1.957Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.077Subject Sample 00:42

1.566Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 01/15/2026 09:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:1712/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:26

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

GUERRIER

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.080Control Test 04:21

0.000Air Blank 04:21

# 1 0.135Subject Sample 04:22

2.101Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:24

# 2 0.137Subject Sample 04:25

1.476Breath Volume 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 01/15/2026 09:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:4312/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:49

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

MONTGOMERY,ALECIA,L

KIRKLIN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.000Subject Sample 00:23

1.523Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.000Subject Sample 00:27

1.207Breath Volume 00:27

0.000Air Blank 00:27

0.079Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 01/15/2026 09:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4612/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:35

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

ETCHIESON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:29

# 1 0.098Subject Sample 02:29

1.300Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.106Subject Sample 02:33

2.332Breath Volume 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 01/15/2026 09:13

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:3112/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:36

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

BURES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

# 1 0.161Subject Sample 03:54

2.378Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.158Subject Sample 03:57

2.128Breath Volume 03:57

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:4612/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:23

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

FERNANDEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

# 1 0.029Subject Sample 04:18

1.457Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.029Subject Sample 04:21

1.320Breath Volume 04:21

0.000Air Blank 04:21

0.078Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:5712/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:13

17:28

Hillsborough Co SO

PEREZ,M

03/05/2027

04125080A6

Tampa PD

DAVIS,SERENA,J

NAJERA PANIAGUA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:34

0.079Control Test 18:35

Air Blank 18:35 RFI Detect

0.000Air Blank 18:35

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:2512/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:13

17:28

Hillsborough Co SO

PEREZ,M

03/05/2027

04125080A6

Tampa PD

DAVIS,SERENA,J

NAJERA PANIAGUA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:38

0.000Air Blank 18:38

0.079Control Test 18:38

0.000Air Blank 18:39

# 1 0.210Subject Sample 18:40

1.738Breath Volume 18:40

0.000Air Blank 18:41

0.000Air Blank 18:42

# 2 0.218Subject Sample 18:43

1.386Breath Volume 18:43

0.000Air Blank 18:44

0.078Control Test 18:44

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0012/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

21:57

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

WILKES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:54

# 1 0.171Subject Sample 22:56

1.292Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.172Subject Sample 22:59

1.472Breath Volume 22:59

0.000Air Blank 23:00

0.077Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:01

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:0412/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:33

Hillsborough Co SO

CARR,X

03/05/2027

04125080A6

U of So FL Campus PD

GANT,TIFFANY,

LORENZO VALDEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.078Control Test 23:26

0.000Air Blank 23:27

# 1 0.205Subject Sample 23:28

3.878Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.207Subject Sample 23:31

3.281Breath Volume 23:31

0.000Air Blank 23:32

0.077Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:33

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0912/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:22

Hillsborough Co SO

HAMILTON,J

03/05/2027

04125080A6

Temple Terrace PD

KLEIN,ETHAN,H

RODRIGUEZ JUAREZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

# 1 0.162Subject Sample 00:31

2.910Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.164Subject Sample 00:34

3.312Breath Volume 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2612/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:46

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

TURNEY

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:34

# 1 0.168Subject Sample 02:35

2.214Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.176Subject Sample 02:38

1.605Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:2312/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:47

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

ROGERS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1 0.255Subject Sample 02:50

1.910Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.237Subject Sample 02:53

1.281Breath Volume 02:53

0.000Air Blank 02:54

0.078Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3212/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:11

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

HARTILL

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

# 1 0.176Subject Sample 03:02

1.425Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.173Subject Sample 03:05

1.566Breath Volume 03:05

0.000Air Blank 03:06

0.078Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5412/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:41

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

BUETTI-PLACE

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1 0.000Subject Sample 03:19

1.726Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.000Subject Sample 03:22

1.781Breath Volume 03:22

0.000Air Blank 03:22

0.079Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5112/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

04:00

Hillsborough Co SO

TAVERES,N

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

HOBBIE III

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

# 1 0.190Subject Sample 04:45

2.867Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.192Subject Sample 04:48

2.253Breath Volume 04:48

0.000Air Blank 04:48

0.079Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:5812/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:47

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

KLEIN,ETHAN,H

MCINTOSH

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.079Control Test 04:56

0.000Air Blank 04:56

# 1 0.194Subject Sample 04:57

2.351Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 04:59

# 2 0.196Subject Sample 05:00

3.007Breath Volume 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2712/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:22

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

HERNANDEZ ALCIEGO

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.080Control Test 23:24

0.000Air Blank 23:24

# 1 0.158Subject Sample 23:25

1.808Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.163Subject Sample 23:28

2.042Breath Volume 23:28

0.000Air Blank 23:29

0.079Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5512/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:07

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

WILLIAMS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

# 1 0.096Subject Sample 00:54

1.292Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.098Subject Sample 00:58

1.183Breath Volume 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:3612/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:47

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

SUMNER

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1 0.148Subject Sample 02:45

1.414Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.144Subject Sample 02:47

1.664Breath Volume 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3312/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:11

Hillsborough Co SO

THEODORE,P

03/05/2027

04125080A6

Plant City PD

WALKINS,KEYANNA,A

SUQUI CHUBA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

# 1 0.156Subject Sample 03:08

1.457Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.156Subject Sample 03:11

1.292Breath Volume 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1312/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:56

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

COLON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

# 1Subject Sample 03:45 Subject Test Refused

0.000Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:4012/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:31

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

MILTON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.080Control Test 05:11

0.000Air Blank 05:11

# 1 0.139Subject Sample 05:13

1.191Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.150Subject Sample 05:17

2.281Breath Volume 05:17

0.000Air Blank 05:18

0.079Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:5312/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:38

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

WALKINS,KEYANNA,A

FARRELL

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:34

0.000Air Blank 05:35

0.079Control Test 05:35

0.000Air Blank 05:36

# 1 0.110Subject Sample 05:37

1.765Breath Volume 05:37

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.111Subject Sample 05:40

1.460Breath Volume 05:40

0.000Air Blank 05:40

0.079Control Test 05:41

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:5312/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

05:05

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

CARDONA HERNANDEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:09

0.000Air Blank 06:09

0.079Control Test 06:10

0.000Air Blank 06:10

# 1 0.141Subject Sample 06:11

2.957Breath Volume 06:11

0.000Air Blank 06:11

0.000Air Blank 06:13

# 2 0.141Subject Sample 06:14

2.691Breath Volume 06:14

0.000Air Blank 06:14

0.079Control Test 06:15

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 01/15/2026 09:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:06:2312/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:35

06:13

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

IRRIZARY,KATTIE,D

MARSHALL

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:55

0.000Air Blank 06:56

0.079Control Test 06:56

0.000Air Blank 06:57

# 1 0.219Subject Sample 06:59

1.183Breath Volume 06:59

0.000Air Blank 07:00

0.000Air Blank 07:01

# 2 0.218Subject Sample 07:04

1.480Breath Volume 07:04

0.000Air Blank 07:05

0.077Control Test 07:05

0.000Air Blank 07:06

OKDiagnostics Check 07:06

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:35:3612/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:07

11:35

Hillsborough Co SO

STUDNISKI,W

03/05/2027

04125080A6

Hillsborough Co SO

ORTEGA,JESSICA,M

MARTINEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:28

0.000Air Blank 12:29

0.079Control Test 12:29

0.000Air Blank 12:30

# 1 0.325Subject Sample 12:30

1.410Breath Volume 12:30

0.000Air Blank 12:31

0.000Air Blank 12:33

# 2 0.331Subject Sample 12:33

1.523Breath Volume 12:33

0.000Air Blank 12:34

0.078Control Test 12:34

0.000Air Blank 12:35

OKDiagnostics Check 12:35

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0012/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:05

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

CROSBY II

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.079Control Test 22:49

0.000Air Blank 22:49

# 1 0.168Subject Sample 22:50

1.289Breath Volume 22:50

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.175Subject Sample 22:53

1.652Breath Volume 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:55

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:2412/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:44

Pasco County SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

SIGLER

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.078Control Test 23:35

0.000Air Blank 23:35

# 1 0.287Subject Sample 23:36

1.933Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.289Subject Sample 23:39

2.441Breath Volume 23:39

0.000Air Blank 23:40

0.077Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:4112/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:57

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

GABRIELE

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

# 1 0.169Subject Sample 00:33

1.457Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.174Subject Sample 00:36

2.527Breath Volume 00:36

0.000Air Blank 00:37

0.078Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:2712/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:16

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

BELL III

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:56

# 2 0.207Subject Sample 23:57

1.273Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.225Subject Sample 00:00

1.738Breath Volume 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3512/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:10

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

WOLFE

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

# 1 0.181Subject Sample 01:58

2.074Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:00

# 2 0.179Subject Sample 02:01

1.824Breath Volume 02:01

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5012/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:03

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

CORTES CORTES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:35:3912/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:06

16:29

Hillsborough Co SO

PAUSE,O

03/05/2027

04125080A6

FHP Troop C

DAVIS,SERENA,J

HERNANDEZ VAZQUEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:28

0.000Air Blank 17:29

0.079Control Test 17:29

0.000Air Blank 17:29

# 1 0.141Subject Sample 17:31

2.101Breath Volume 17:31

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.143Subject Sample 17:33

1.558Breath Volume 17:33

0.000Air Blank 17:34

0.079Control Test 17:35

0.000Air Blank 17:35

OKDiagnostics Check 17:35

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:0612/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:56

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

PEREZ MORALES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:47

# 1 0.262Subject Sample 22:48

1.765Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:50

# 2 0.256Subject Sample 22:51

1.812Breath Volume 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:1112/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:37

05:07

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

SQUIRES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:58

0.000Air Blank 05:59

0.080Control Test 05:59

0.000Air Blank 06:00

# 1 0.000Subject Sample 06:00

2.175Breath Volume 06:00

0.000Air Blank 06:01

0.000Air Blank 06:03

# 2 0.000Subject Sample 06:03

1.410Breath Volume 06:03

0.000Air Blank 06:04

0.079Control Test 06:04

0.000Air Blank 06:05

OKDiagnostics Check 06:05

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:3512/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:26

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

GABIN JR

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.079Control Test 21:24

0.000Air Blank 21:25

# 1Subject Sample 21:26 Subject Test Refused

0.000Breath Volume 21:26

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4712/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:29

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

ARIZA GARCIA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:16

23:17 Improper Sample

0.000Air Blank 23:17

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:2312/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:29

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

ARIZA GARCIA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

# 1 0.137Subject Sample 23:26

1.816Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.136Subject Sample 23:29

1.500Breath Volume 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2012/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:02

Hillsborough Co SO

HAMILTON,J

03/05/2027

04125080A6

Temple Terrace PD

KLEIN,ETHAN,H

MARTIN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

# 1 0.042Subject Sample 23:45

3.296Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.040Subject Sample 23:48

2.460Breath Volume 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3812/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:07

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

URIBES

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1 0.105Subject Sample 03:53

1.996Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.103Subject Sample 03:56

1.792Breath Volume 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:4612/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:36

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

COLON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:36

# 1Subject Sample 04:37 Subject Test Refused

0.000Breath Volume 04:37

0.000Air Blank 04:37

0.079Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:40:2412/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:13

07:09

Hillsborough Co SO

CHANDLER,A

03/05/2027

04125080A6

Tampa PD

IRRIZARY,KATTIE,D

MORENO

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:33

0.000Air Blank 08:34

0.079Control Test 08:34

0.000Air Blank 08:34

# 1 0.187Subject Sample 08:35

3.000Breath Volume 08:35

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2 0.185Subject Sample 08:38

1.742Breath Volume 08:38

0.000Air Blank 08:39

0.078Control Test 08:39

0.000Air Blank 08:40

OKDiagnostics Check 08:40

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1512/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:28

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

DIAZ AGUILAR

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

# 1 0.248Subject Sample 01:08

2.382Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.255Subject Sample 01:11

2.144Breath Volume 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 01/15/2026 09:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:4812/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:47

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

BAUTISTA

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

# 1 0.169Subject Sample 01:23

1.714Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.161Subject Sample 01:27

1.550Breath Volume 01:27

0.000Air Blank 01:27

0.079Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:4912/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:46

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

HARDEN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.151Subject Sample 03:41 Volume Not Met

0.675Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.153Subject Sample 03:45

1.453Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 3 0.151Subject Sample 03:48

1.355Breath Volume 03:48

0.000Air Blank 03:48

0.077Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:1912/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:36

Hillsborough Co SO

ENCARRAUON,J

03/05/2027

04125080A6

Temple Terrace PD

KLEIN,ETHAN,H

STOCKMAN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:18

# 1 0.294Subject Sample 00:18

2.285Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.287Subject Sample 00:21

1.832Breath Volume 00:21

0.000Air Blank 00:22

0.078Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:5712/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:47

Hillsborough Co SO

MERINO,M

03/05/2027

04125080A6

Temple Terrace PD

JONES,MINDY,L

WATSON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:44

# 1 0.144Subject Sample 00:46

1.437Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:48

# 2 0.142Subject Sample 00:50

1.648Breath Volume 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:3512/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:20

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

TAFT

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:01

# 1 0.169Subject Sample 02:03

1.472Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.171Subject Sample 02:06

2.292Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:4212/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:08

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

SLY IV

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:39

# 1 0.093Subject Sample 02:40

2.144Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.091Subject Sample 02:44

2.113Breath Volume 02:44

0.000Air Blank 02:44

0.078Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3412/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:18

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

CARDENAS

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

# 1 0.051Subject Sample 04:02

2.667Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.050Subject Sample 04:05

3.386Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:5312/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:36

Hillsborough Co SO

WYNRUIT,R

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

CHIN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:22

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:24

# 1 0.170Subject Sample 05:26

1.542Breath Volume 05:26

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.172Subject Sample 05:29

1.484Breath Volume 05:29

0.000Air Blank 05:29

0.078Control Test 05:30

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:2012/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

05:17

Hillsborough Co SO

STEPHENS,TONY

03/05/2027

04125080A6

Hillsborough Co SO

STEPHENS,TONY,T

ROBLEDO

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:02

0.000Air Blank 06:02

0.079Control Test 06:03

0.000Air Blank 06:03

# 1 0.161Subject Sample 06:07 Volume Not Met

0.105Breath Volume 06:07

0.000Air Blank 06:07

0.000Air Blank 06:09

# 2 0.169Subject Sample 06:10

1.394Breath Volume 06:10

0.000Air Blank 06:11

0.000Air Blank 06:12

# 3 0.172Subject Sample 06:13

1.613Breath Volume 06:13

0.000Air Blank 06:14

0.078Control Test 06:14

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:2312/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

20:52

Hillsborough Co SO

GIBBINS,M

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

GRACE

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:55

# 1 0.113Subject Sample 21:56

1.835Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.115Subject Sample 21:59

1.390Breath Volume 21:59

0.000Air Blank 22:00

0.078Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:2712/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:40

Hillsborough Co SO

WYNRUIT,R

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

REUTING

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:31

0.000Air Blank 01:31

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:4812/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

04:01

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

HUDNELL

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

# 1Subject Sample 04:43 No Sample Provided

0.000Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:46

0.080Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:2812/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:48

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

BEN

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.139Subject Sample 03:30

2.761Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.158Subject Sample 03:33

2.507Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:0112/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:48

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

MARTINEZ

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:39

0.081Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:40

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4012/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:15

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

KING JR

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.081Control Test 02:03

0.000Air Blank 02:03

# 1 0.167Subject Sample 02:04

1.863Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:06

# 2 0.168Subject Sample 02:07

1.968Breath Volume 02:07

0.000Air Blank 02:08

0.080Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0812/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:43

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

HALL

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5412/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:24

Hillsborough Co SO

GONZALEZ,J

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

COTTON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.081Control Test 04:00

0.000Air Blank 04:00

# 1 0.093Subject Sample 04:01

2.593Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:03

# 2Subject Sample 04:04 Interferent Detect

2.152Breath Volume 04:04

Air Blank 04:05 Purge Fail

Air Blank 04:05 Purge Fail

Data Download Date/Time: 01/15/2026 09:16

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-007482CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1612/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:24

Hillsborough Co SO

GONZALEZ,J

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

COTTON

12/16/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1 0.086Subject Sample 04:08

1.628Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.083Subject Sample 04:11

1.125Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 01/15/2026 09:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:2512/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:20

Hillsborough Co SO

CANETE-VILLAFRANCA,I

03/05/2027

04125080A6

Tampa Airport PD

KLEIN,ETHAN,H

JOYCE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.080Control Test 21:24

0.000Air Blank 21:25

# 1 0.139Subject Sample 21:25

1.414Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.139Subject Sample 21:28

1.734Breath Volume 21:28

0.000Air Blank 21:29

0.080Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:3812/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:30

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

NUNN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1 0.184Subject Sample 04:12

2.035Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.182Subject Sample 04:15

1.945Breath Volume 04:15

0.000Air Blank 04:15

0.079Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:5912/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:53

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

RECZKO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.080Control Test 05:33

0.000Air Blank 05:33

# 1 0.111Subject Sample 05:34

1.441Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:36

# 2 0.117Subject Sample 05:37

2.140Breath Volume 05:37

0.000Air Blank 05:38

0.079Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:2612/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

19:34

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

PEREZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:29

0.000Air Blank 20:29

0.079Control Test 20:29

0.000Air Blank 20:30

# 1 0.191Subject Sample 20:31

1.648Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 2 0.180Subject Sample 20:35

1.511Breath Volume 20:35

0.000Air Blank 20:36

0.078Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:2012/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:33

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

NELLES,LEXIE,C

GARCIA PADILLA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:27

# 1 0.157Subject Sample 00:30 Volume Not Met

0.246Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:32

# 2 0.164Subject Sample 00:33

1.984Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 3 0.168Subject Sample 00:36

1.140Breath Volume 00:36

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0412/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:05

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

ACOSTA LOPEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.169Subject Sample 02:04

1.425Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.173Subject Sample 02:07

1.605Breath Volume 02:07

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:09

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:3812/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:38

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

HAMMOND,JENNY,J

HOWLETTE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.079Control Test 04:32

0.000Air Blank 04:32

# 1 0.113Subject Sample 04:35 Volume Not Met

0.023Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2Subject Sample 04:39 Subject Test Refused

0.187Breath Volume 04:39

0.000Air Blank 04:39

0.078Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:4912/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:06

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

CANO ACOPA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.129Subject Sample 03:01

1.503Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.124Subject Sample 03:07

1.558Breath Volume 03:07

0.000Air Blank 03:07

0.081Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2112/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:18

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

BURKE

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

# 1Subject Sample 04:05 Subject Test Refused

0.000Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:2812/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:00

Hillsborough Co SO

CARRILLO,C

03/05/2027

04125080A6

U of So FL Campus PD

WALKINS,KEYANNA,A

WORKMAN

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

# 1 0.189Subject Sample 00:18

1.824Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:20

# 2 0.190Subject Sample 00:21

1.746Breath Volume 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:2412/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:44

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

JUAREZ-LOPEZ

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:41

# 1 0.168Subject Sample 00:42

1.742Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.155Subject Sample 00:45

2.546Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:3612/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:05

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

MONTGOMERY,ALECIA,L

BATISTA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

# 1 0.244Subject Sample 00:58

1.308Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.256Subject Sample 01:01

1.597Breath Volume 01:01

0.000Air Blank 01:01

0.080Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2312/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:09

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

HARVEY

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

# 1 0.116Subject Sample 04:02

1.734Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.115Subject Sample 04:05

1.503Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:0112/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:25

Hillsborough Co SO

GONZALEZ,J

03/05/2027

04125080A6

Tampa PD

MONTGOMERY,ALECIA,L

BOU

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:34

0.000Air Blank 05:35

0.080Control Test 05:35

0.000Air Blank 05:36

# 1 0.074Subject Sample 05:36

2.500Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.076Subject Sample 05:39

2.210Breath Volume 05:39

0.000Air Blank 05:40

0.080Control Test 05:40

0.000Air Blank 05:40

OKDiagnostics Check 05:41

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4112/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:03

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

DELGADO

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.080Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:40:0512/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

05:41

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

RIVERA CERNA

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:33

0.000Air Blank 06:33

0.080Control Test 06:33

0.000Air Blank 06:34

# 1 0.220Subject Sample 06:35

2.175Breath Volume 06:35

0.000Air Blank 06:35

0.000Air Blank 06:37

# 2 0.216Subject Sample 06:38

2.269Breath Volume 06:38

0.000Air Blank 06:39

0.079Control Test 06:39

0.000Air Blank 06:40

OKDiagnostics Check 06:40

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:53:3912/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

07:00

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

DAVIS,SERENA,J

ARICA RAMOS

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:46

0.000Air Blank 07:46

0.080Control Test 07:46

0.000Air Blank 07:47

# 1 0.143Subject Sample 07:49

1.320Breath Volume 07:49

0.000Air Blank 07:49

0.000Air Blank 07:51

# 2 0.140Subject Sample 07:52

2.242Breath Volume 07:52

0.000Air Blank 07:52

0.078Control Test 07:53

0.000Air Blank 07:53

OKDiagnostics Check 07:53

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007484CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:49:3112/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:22

07:02

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

DAVIS,SERENA,J

NORTHUP

11/06/2025

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:42

0.000Air Blank 07:42

0.080Control Test 07:43

0.000Air Blank 07:43

# 1 0.130Subject Sample 07:44

2.050Breath Volume 07:44

0.000Air Blank 07:45

0.000Air Blank 07:47

# 2 0.131Subject Sample 07:47

1.539Breath Volume 07:47

0.000Air Blank 07:48

0.080Control Test 07:48

0.000Air Blank 07:49

OKDiagnostics Check 07:49

Data Download Date/Time: 12/16/2025 11:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007503CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:4912/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:51

Polk County SO

ELLIOTT,JACOB

07/05/2027

15025080A1

Polk County SO

ELLIOTT,JACOB,I

ZARLENGA

11/22/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.077Control Test 22:55

0.000Air Blank 22:56

# 1 0.206Subject Sample 22:57

1.542Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.220Subject Sample 23:01

1.457Breath Volume 23:01

0.000Air Blank 23:01

0.078Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 12/23/2025 09:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007503CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:00:3212/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:33

09:14

Polk County SO

WALLISER,SHAUN

07/05/2027

15025080A1

Polk County SO

WALLISER,SHAUN,J

JUDAH

11/22/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:57

0.000Air Blank 12:57

0.078Control Test 12:57

0.000Air Blank 12:58

# 1Subject Sample 12:58 Interferent Detect

2.976Breath Volume 12:58

0.000Air Blank 12:59

0.077Control Test 12:59

0.000Air Blank 13:00

OKDiagnostics Check 13:00

Data Download Date/Time: 12/23/2025 09:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007503CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:4612/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:13

18:16

Polk County SO

WITAS,AUSTIN

07/05/2027

15025080A1

Polk County SO

DEL MORAL,NATANAEL,

KELLOM

11/22/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:42

0.079Control Test 18:43

0.000Air Blank 18:43

# 1 0.100Subject Sample 18:44

2.289Breath Volume 18:44

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.099Subject Sample 18:47

2.339Breath Volume 18:47

0.000Air Blank 18:47

0.077Control Test 18:48

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 12/23/2025 09:19

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:18:5112/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:30

10:30

Highlands County SO

BUTLER,A

02/05/2027

00925080A4

Highlands County SO

BUTLER,A,K

BALZANI

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:11

0.000Air Blank 11:11

0.082Control Test 11:12

0.000Air Blank 11:12

# 1 0.000Subject Sample 11:13

1.394Breath Volume 11:13

0.000Air Blank 11:14

0.000Air Blank 11:16

# 2 0.000Subject Sample 11:17

1.359Breath Volume 11:17

0.000Air Blank 11:17

0.081Control Test 11:18

0.000Air Blank 11:18

OKDiagnostics Check 11:18

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:30:0012/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

13:30

13:30

Highlands County SO

BUTLER,A

02/05/2027

00925080A4

Highlands County SO

BUTLER,A,K

TATTERSALL

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:22

0.000Air Blank 14:23

0.081Control Test 14:23

0.000Air Blank 14:24

# 1 0.000Subject Sample 14:25

1.964Breath Volume 14:25

0.000Air Blank 14:25

0.000Air Blank 14:27

# 2 0.000Subject Sample 14:28

1.511Breath Volume 14:28

0.000Air Blank 14:29

0.080Control Test 14:29

0.000Air Blank 14:29

OKDiagnostics Check 14:30

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:35:3912/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:00

10:45

Highlands County SO

VAUGHN,DALE

02/05/2027

00925080A4

Highlands County SO

VAUGHN,DALE,E

SCHREINER

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:29

0.000Air Blank 11:29

0.082Control Test 11:30

0.000Air Blank 11:30

# 1 0.000Subject Sample 11:31

2.109Breath Volume 11:31

0.000Air Blank 11:31

0.000Air Blank 11:33

# 2 0.000Subject Sample 11:34

1.800Breath Volume 11:34

0.000Air Blank 11:34

0.081Control Test 11:35

0.000Air Blank 11:35

OKDiagnostics Check 11:35

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:5412/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

19:28

Highlands County SO

WALKER,DUSTIN

02/05/2027

00925080A4

FHP Troop F

ARMSTEAD,CAMERON,P

MARQUEZ GARAY

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.082Control Test 22:01

0.000Air Blank 22:01

# 1 0.128Subject Sample 22:02

2.125Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:04

# 2 0.131Subject Sample 22:05

1.574Breath Volume 22:05

0.000Air Blank 22:05

0.078Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:5912/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

04:40

Highlands County SO

WALKER,DUSTIN

02/05/2027

00925080A4

FHP Troop F

ARMSTEAD,CAMERON,P

LEONE

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.082Control Test 05:33

0.000Air Blank 05:33

# 1 0.110Subject Sample 05:34

1.574Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:36

# 2 0.123Subject Sample 05:37

1.398Breath Volume 05:37

0.000Air Blank 05:38

0.079Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:3812/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

19:04

Highlands County SO

LISTER,DALTON

02/05/2027

00925080A4

Highlands County SO

ARMSTEAD,CAMERON,P

GALLAGHER

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:32

0.000Air Blank 20:33

0.081Control Test 20:33

0.000Air Blank 20:34

# 1 0.114Subject Sample 20:37 Volume Not Met

0.082Breath Volume 20:37

0.000Air Blank 20:38

0.000Air Blank 20:39

# 2Subject Sample 20:41 Subject Test Refused

0.574Breath Volume 20:41

0.000Air Blank 20:42

0.076Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:0012/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

20:23

Highlands County SO

ALLRED,AERON

02/05/2027

00925080A4

Lake Placid PD

GLASCO,GREGORY,S

CARR

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 21:59

# 1 0.181Subject Sample 22:03 Volume Not Met

0.332Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:05

# 2Subject Sample 22:06 Subject Test Refused

0.511Breath Volume 22:06

0.000Air Blank 22:07

0.077Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:08

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:0812/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:19

Highlands County SO

BRAND,RYAN

02/05/2027

00925080A4

Sebring PD

ARMSTEAD,CAMERON,P

CASSEL

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

# 1Subject Sample 23:55 Subject Test Refused

0.000Breath Volume 23:55

0.000Air Blank 23:56

0.081Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4212/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

23:54

Highlands County SO

WALKER,DUSTIN

02/05/2027

00925080A4

FHP Troop F

GLASCO,GREGORY,S

EDDINGTON

11/10/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

# 1Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.082Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 12/07/2025 23:57

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:5212/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:31

14:52

Highlands County SO

ROBERTS,P

02/05/2027

00925080A4

FHP Troop F

WOLVIN,WILLIAM,L

JENKINS

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:51

0.000Air Blank 15:51

0.081Control Test 15:52

0.000Air Blank 15:52

# 1 0.158Subject Sample 15:53

2.113Breath Volume 15:53

Air Blank 15:54 Purge Fail

0.000Air Blank 15:54

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:19:3112/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:45

11:45

Highlands County SO

MARLOW,ROYCE

02/05/2027

00925080A4

Highlands County SO

MARLOW,ROYCE,B

REEVES

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:13

0.000Air Blank 12:14

0.081Control Test 12:14

0.000Air Blank 12:14

# 1 0.000Subject Sample 12:15

1.410Breath Volume 12:15

0.000Air Blank 12:15

0.000Air Blank 12:17

# 2 0.000Subject Sample 12:18

2.683Breath Volume 12:18

0.000Air Blank 12:18

0.080Control Test 12:18

0.000Air Blank 12:19

OKDiagnostics Check 12:19

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:36:4712/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

14:05

14:05

Highlands County SO

NONE,NONE

02/05/2027

00925080A4

Highlands County SO

ROBLES,J,V

SMITH

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:29

0.000Air Blank 14:29

0.081Control Test 14:29

0.000Air Blank 14:30

# 1 0.000Subject Sample 14:31

1.515Breath Volume 14:31

0.000Air Blank 14:31

0.000Air Blank 14:33

# 2 0.000Subject Sample 14:35

1.417Breath Volume 14:35

0.000Air Blank 14:35

0.080Control Test 14:36

0.000Air Blank 14:36

OKDiagnostics Check 14:36

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:52:2912/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

14:15

14:15

Highlands County SO

WOLVIN,WILLIAM

02/05/2027

00925080A4

Highlands County SO

WOLVIN,WILLIAM,L

TATTERSALL

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:45

0.000Air Blank 14:45

0.082Control Test 14:46

0.000Air Blank 14:46

# 1 0.000Subject Sample 14:47

1.250Breath Volume 14:47

0.000Air Blank 14:47

0.000Air Blank 14:49

# 2 0.000Subject Sample 14:51

1.792Breath Volume 14:51

0.000Air Blank 14:51

0.082Control Test 14:51

0.000Air Blank 14:52

OKDiagnostics Check 14:52

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:33:1812/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:09

11:46

Highlands County SO

PANTOJA,Y

02/05/2027

00925080A4

Sebring PD

WOLVIN,WILLIAM,L

CRUZ SERAPIO

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:29

0.000Air Blank 12:30

0.082Control Test 12:30

0.000Air Blank 12:31

# 1Subject Sample 12:31 Subject Test Refused

0.000Breath Volume 12:31

0.000Air Blank 12:32

0.082Control Test 12:32

0.000Air Blank 12:33

OKDiagnostics Check 12:33

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:0412/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:37

Highlands County SO

GILLARD,TYLER

02/05/2027

00925080A4

Highlands County SO

MCDANIEL,NEAL,

SCOTT

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:17

0.000Air Blank 20:18

0.082Control Test 20:18

0.000Air Blank 20:19

# 1Subject Sample 20:19 Subject Test Refused

0.000Breath Volume 20:19

0.000Air Blank 20:20

0.083Control Test 20:20

0.000Air Blank 20:20

OKDiagnostics Check 20:21

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:5112/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:07

Highlands County SO

KNAPP,ZACHARY

02/05/2027

00925080A4

Sebring PD

PALACIOS-FLORES,CRISTIAN,

SCHAUM

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.082Control Test 20:59

0.000Air Blank 21:00

# 1 0.000Subject Sample 21:01

2.000Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.000Subject Sample 21:04

2.320Breath Volume 21:04

0.000Air Blank 21:04

0.082Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:30:1612/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:50

10:45

Highlands County SO

VAUGHN,DALE

02/05/2027

00925080A4

Highlands County SO

VAUGHN,DALE,E

ZAMORA

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:24

0.000Air Blank 11:24

0.082Control Test 11:25

0.000Air Blank 11:25

# 1 0.000Subject Sample 11:26

2.496Breath Volume 11:26

0.000Air Blank 11:26

0.000Air Blank 11:28

# 2 0.000Subject Sample 11:28

2.468Breath Volume 11:28

0.000Air Blank 11:29

0.082Control Test 11:29

0.000Air Blank 11:30

OKDiagnostics Check 11:30

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:34:4912/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:06

13:00

Highlands County SO

PANTOJA,Y

02/05/2027

00925080A4

Sebring PD

WOLVIN,WILLIAM,L

DANGELO

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:27

0.000Air Blank 13:27

0.082Control Test 13:27

0.000Air Blank 13:28

# 1 0.000Subject Sample 13:29

1.449Breath Volume 13:29

0.000Air Blank 13:29

0.000Air Blank 13:31

# 2 0.000Subject Sample 13:33

1.265Breath Volume 13:33

0.000Air Blank 13:33

0.081Control Test 13:34

0.000Air Blank 13:34

OKDiagnostics Check 13:34

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2412/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:47

Highlands County SO

LISTER,DALTON

02/05/2027

00925080A4

Highlands County SO

ARMSTEAD,CAMERON,P

TRACEY

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.082Control Test 00:36

0.000Air Blank 00:36

# 1Subject Sample 00:38 Subject Test Refused

0.000Breath Volume 00:38

0.000Air Blank 00:38

0.082Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:43:4212/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

14:10

14:10

Highlands County SO

MARLOW,ROYCE

02/05/2027

00925080A4

Highlands County SO

MARLOW,ROYCE,B

SCHREINER

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:37

0.000Air Blank 14:38

0.082Control Test 14:38

0.000Air Blank 14:39

# 1 0.000Subject Sample 14:39

1.488Breath Volume 14:39

0.000Air Blank 14:40

0.000Air Blank 14:42

# 2 0.000Subject Sample 14:42

1.582Breath Volume 14:42

0.000Air Blank 14:42

0.082Control Test 14:43

0.000Air Blank 14:43

OKDiagnostics Check 14:43

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:4112/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:13

Highlands County SO

PALMERTON,KENNETH

02/05/2027

00925080A4

Highlands County SO

MCDANIEL,NEAL,

MILLER

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.082Control Test 01:50

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:51

0.082Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1712/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:49

Highlands County SO

EARLE,RODNEY

10/05/2027

23725080A2

FHP Troop F

ARMSTEAD,CAMERON,P

ARANCIBIA

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:2512/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:23

Highlands County SO

HAGGARD,RICKY

10/05/2027

23725080A2

FHP Troop F

ARMSTEAD,CAMERON,P

POISSON

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:46

0.000Air Blank 19:47

0.081Control Test 19:47

0.000Air Blank 19:48

# 1Subject Sample 19:49 Subject Test Refused

0.687Breath Volume 19:49

0.000Air Blank 19:50

0.081Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0212/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:27

Highlands County SO

TAYLOR,AUSTIN

10/05/2027

23725080A2

Highlands County SO

ARMSTEAD,CAMERON,P

SKINNER

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.081Control Test 01:11

0.000Air Blank 01:11

# 1 0.123Subject Sample 01:13

1.343Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.114Subject Sample 01:17

1.714Breath Volume 01:17

0.000Air Blank 01:18

0.077Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:19

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:25:0312/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:56

01:07

Highlands County SO

EARLE,RODNEY

10/05/2027

23725080A2

FHP Troop F

WOLVIN,WILLIAM,L

RODRIGUEZ TIRADO

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:17

0.000Air Blank 07:18

0.081Control Test 07:18

0.000Air Blank 07:18

# 1 0.105Subject Sample 07:20

1.839Breath Volume 07:20

0.000Air Blank 07:21

0.000Air Blank 07:22

# 2 0.104Subject Sample 07:23

1.703Breath Volume 07:23

0.000Air Blank 07:24

0.080Control Test 07:24

0.000Air Blank 07:24

OKDiagnostics Check 07:25

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5112/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:52

Highlands County SO

PALMERTON,KENNETH

10/05/2027

23725080A2

Highlands County SO

MCDANIEL,NEAL,

FELIX

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:45:1612/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:00

08:45

Highlands County SO

VAUGHN,DALE

10/05/2027

23725080A2

Highlands County SO

VAUGHN,DALE,E

ZAMORA

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:39

0.000Air Blank 09:39

0.081Control Test 09:40

0.000Air Blank 09:40

# 1 0.000Subject Sample 09:40

2.660Breath Volume 09:40

0.000Air Blank 09:41

0.000Air Blank 09:43

# 2 0.000Subject Sample 09:43

2.562Breath Volume 09:43

0.000Air Blank 09:44

0.080Control Test 09:44

0.000Air Blank 09:45

OKDiagnostics Check 09:45

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:32:1912/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:00

10:45

Highlands County SO

VAUGHN,DALE

10/05/2027

23725080A2

Highlands County SO

VAUGHN,DALE,E

TATTERSALL

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:25

0.000Air Blank 11:26

0.080Control Test 11:26

0.000Air Blank 11:26

# 1 0.000Subject Sample 11:28

1.589Breath Volume 11:28

0.000Air Blank 11:28

0.000Air Blank 11:30

# 2 0.000Subject Sample 11:30

1.546Breath Volume 11:30

0.000Air Blank 11:31

0.081Control Test 11:31

0.000Air Blank 11:32

OKDiagnostics Check 11:32

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:08:2312/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

12:30

12:15

Highlands County SO

VAUGHN,DALE

10/05/2027

23725080A2

Highlands County SO

VAUGHN,DALE,E

REEVES

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:02

0.000Air Blank 13:02

0.080Control Test 13:02

0.000Air Blank 13:03

# 1 0.000Subject Sample 13:03

2.796Breath Volume 13:03

0.000Air Blank 13:04

0.000Air Blank 13:06

# 2 0.000Subject Sample 13:07

1.859Breath Volume 13:07

0.000Air Blank 13:07

0.080Control Test 13:07

0.000Air Blank 13:08

OKDiagnostics Check 13:08

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:3312/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:37

Highlands County SO

PALMERTON,K

10/05/2027

23725080A2

Highlands County SO

HARRISON,DUSTIN,J

OLMSTEAD

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:19

# 1 0.145Subject Sample 00:19

2.125Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.143Subject Sample 00:22

2.105Breath Volume 00:22

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:4112/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:55

Highlands County SO

PALMERTON,KENNETH

10/05/2027

23725080A2

Highlands County SO

PALACIOS-FLORES,CRISTIAN,

SANTIAGO GARCIA

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:36

# 1Subject Sample 22:37 Subject Test Refused

0.000Breath Volume 22:37

0.000Air Blank 22:37

0.080Control Test 22:38

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:57:4412/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:30

15:30

Highlands County SO

MARLOW,ROYCE

10/05/2027

23725080A2

Highlands County SO

MARLOW,ROYCE,B

SCHREINER

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:51

0.000Air Blank 15:51

0.081Control Test 15:52

0.000Air Blank 15:52

# 1 0.000Subject Sample 15:53

1.171Breath Volume 15:53

0.000Air Blank 15:54

0.000Air Blank 15:56

# 2 0.000Subject Sample 15:56

1.425Breath Volume 15:56

0.000Air Blank 15:56

0.080Control Test 15:57

0.000Air Blank 15:57

OKDiagnostics Check 15:57

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007507CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0312/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:39

Highlands County SO

PALMERTON,KENNETH

10/05/2027

23725080A2

Highlands County SO

GLASCO,GREGORY,S

MCWATERS

12/07/2025

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.082Control Test 02:06

0.000Air Blank 02:07

# 1Subject Sample 02:07 Subject Test Refused

0.000Breath Volume 02:07

0.000Air Blank 02:08

0.081Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:09

Data Download Date/Time: 01/03/2026 22:04

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:1912/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:37

17:16

DeSoto County SO

THUREK,MAX

06/05/2025

22521080A1

DeSoto County SO

WEMHEUER,MICHAEL,W

REBOLLAR-CARBAJAL

11/11/2025

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.078Control Test 17:59

0.000Air Blank 17:59

# 1 0.272Subject Sample 18:00

2.402Breath Volume 18:00

0.000Air Blank 18:01

0.000Air Blank 18:03

# 2 0.264Subject Sample 18:03

2.566Breath Volume 18:03

0.000Air Blank 18:04

0.078Control Test 18:04

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 12/30/2025 19:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007509CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:5112/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:12

DeSoto County SO

RAK,ALAN

06/05/2025

22521080A1

DeSoto County SO

ORTIZ,ROBERTO,R

ZAPATA

11/11/2025

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.077Control Test 22:38

0.000Air Blank 22:39

# 1Subject Sample 22:39 Subject Test Refused

0.000Breath Volume 22:39

0.000Air Blank 22:39

0.077Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 12/30/2025 19:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:2912/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:41

St. John's County SO

GREENE,LETOSHUA

02/13/2028

403268835

St. John's County SO

GREENE,LETOSHUA,J

LANGLEY

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.080Control Test 21:26

0.000Air Blank 21:26

# 1 0.099Subject Sample 21:27

3.003Breath Volume 21:27

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.103Subject Sample 21:29

3.238Breath Volume 21:29

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:5212/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

22:00

St. John's County SO

FLAHERTY,Z

02/13/2028

403268835

St. John's County SO

FLAHERTY,Z,R

THOMPSON

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.080Control Test 22:32

0.000Air Blank 22:33

# 1 0.000Subject Sample 22:33

1.628Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.000Subject Sample 22:36

1.300Breath Volume 22:36

0.000Air Blank 22:36

0.080Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:1912/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:47

17:27

St. John's County SO

AUCH,DOMANIK

02/13/2028

403268835

St. John's County SO

AUCH,DOMANIK,G

MOTE

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.081Control Test 18:26

0.000Air Blank 18:27

# 1 0.030Subject Sample 18:27

2.304Breath Volume 18:27

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.033Subject Sample 18:30

2.242Breath Volume 18:30

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:5012/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:52

St. John's County SO

GOSLIN,TYLER

02/13/2028

403268835

St. John's County SO

AUCH,DOMANIK,G

CAMERON

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.080Control Test 23:40

0.000Air Blank 23:40

# 1 0.144Subject Sample 23:42

1.593Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:44

# 2 0.149Subject Sample 23:45

1.976Breath Volume 23:45

0.000Air Blank 23:45

0.079Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:1712/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

02:02

St. John's County SO

AUCH,DOMANIK

02/13/2028

403268835

St. John's County SO

AUCH,DOMANIK,G

THOMAS

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:28

# 1 0.082Subject Sample 02:29

2.492Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.085Subject Sample 02:32

1.523Breath Volume 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:3012/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:08

St. John's County SO

MARTINEZ,CHEYLA

02/13/2028

403268835

St. John's County SO

RIGGINS,BRENDAN,M

RODRIGUEZ

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:51

# 1 0.176Subject Sample 21:53

2.343Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.174Subject Sample 21:56

2.496Breath Volume 21:56

0.000Air Blank 21:57

0.079Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:0112/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:09

St. John's County SO

JAROUSSE,DANIELLE

02/13/2028

403268835

St. John's County SO

JAROUSSE,DANIELLE,

SCHWARTZ

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:53

0.000Air Blank 20:53

0.080Control Test 20:54

0.000Air Blank 20:54

# 1 0.105Subject Sample 20:55

2.304Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:57

# 2 0.107Subject Sample 20:58

2.367Breath Volume 20:58

0.000Air Blank 20:59

0.079Control Test 20:59

0.000Air Blank 20:59

OKDiagnostics Check 21:00

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:5512/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:25

St. Augustine PD

CANNING,SEAN

02/13/2028

403268835

St. Augustine PD

CANNING,SEAN,D

SMITH

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

# 1 0.237Subject Sample 01:05

2.832Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.242Subject Sample 01:09

2.890Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:2312/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:51

St. Augustine PD

SALIFU,EZUL

02/13/2028

403268835

St. Augustine PD

CANNING,SEAN,D

PYLE

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

# 1 0.107Subject Sample 03:54

1.671Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.100Subject Sample 03:57

1.585Breath Volume 03:57

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:0612/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:25

St. Augustine PD

LOGAN,MARKUS

06/25/2028

403374313

St. John's County SO

PIERCE,MYREON,A

PETERSON

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:32

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:33

# 1 0.261Subject Sample 19:34

1.839Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.251Subject Sample 19:37

3.058Breath Volume 19:37

0.000Air Blank 19:38

0.079Control Test 19:38

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:3312/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:12

St. John's County SO

AUCH,DOMINIK

02/13/2028

403268835

St. John's County SO

CARROLL,JERRY,F

ROMERO

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.080Control Test 20:02

0.000Air Blank 20:02

# 1 0.018Subject Sample 20:03

1.570Breath Volume 20:03

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.018Subject Sample 20:06

2.035Breath Volume 20:06

0.000Air Blank 20:06

0.080Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:5012/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:02

St. John's County SO

MARTINEZ,CHEYLA

02/13/2028

403268835

St. John's County SO

AUCH,DOMANIK,G

EASON

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:08

# 1Subject Sample 01:08 Sequence Aborted

0.000Breath Volume 01:08

0.000Air Blank 01:08

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0412/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:02

St. John's County SO

MARTINEZ,CHEYLA

02/13/2028

403268835

St. John's County SO

AUCH,DOMANIK,G

EASON

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:11

# 1 0.113Subject Sample 01:12

3.179Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 2 0.115Subject Sample 01:15

3.007Breath Volume 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:17

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1812/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:54

St. John's County SO

CARROLL,JERRY

02/13/2028

403268835

St. John's County SO

CARROLL,JERRY,F

KOLLY

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.012Subject Sample 03:21

1.984Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.010Subject Sample 03:24

1.328Breath Volume 03:24

0.000Air Blank 03:25

0.082Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:2212/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:51

St. John's County SO

BLACKMAN,A

02/13/2028

403268835

St. John's County SO

FLAHERTY,Z,R

FOWLER

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.081Control Test 23:38

0.000Air Blank 23:39

# 1 0.141Subject Sample 23:39

1.980Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.139Subject Sample 23:42

2.492Breath Volume 23:42

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:4412/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:20

St. Augustine PD

CANNING,SEAN

02/13/2028

403268835

St. Augustine PD

CANNING,SEAN,L

MASSEY

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:58

# 2 0.095Subject Sample 23:59

2.644Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:01

# 1 0.095Subject Sample 00:02

2.000Breath Volume 00:02

0.000Air Blank 00:02

0.080Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0012/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:12

St. Augustine PD

SCHUSTER,ZACHARY

02/13/2028

403268835

St. Augustine PD

SCHUSTER,ZACHARY,R

ROBISON

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

# 1 0.041Subject Sample 01:49

1.269Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.039Subject Sample 01:52

1.460Breath Volume 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:54

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:5812/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

15:10

St. Augustine PD

SCHUSTER,ZACHARY

02/13/2028

403268835

St. Augustine PD

SCHUSTER,ZACHARY,R

BAUMAN

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:44

0.000Air Blank 15:44

0.081Control Test 15:45

0.000Air Blank 15:45

# 1 0.132Subject Sample 15:48

1.750Breath Volume 15:48

0.000Air Blank 15:49

0.000Air Blank 15:51

# 2 0.126Subject Sample 15:53

1.792Breath Volume 15:53

0.000Air Blank 15:54

0.079Control Test 15:54

0.000Air Blank 15:54

OKDiagnostics Check 15:54

Data Download Date/Time: 12/16/2025 21:30

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1212/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:36

St. Augustine PD

MCCULLOUGH,JAMES

02/13/2028

403268835

St. Augustine PD

MCCULLOUGH,JAMES,T

RANTUCCIO

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.000Control Test 01:24 RFI Detect

Air Blank 01:24 RFI Detect

Data Download Date/Time: 12/16/2025 21:30

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:1812/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:36

St. Augustine PD

MCCULLOUGH,JAMES

02/13/2028

403268835

St. Augustine PD

MCCULLOUGH,JAMES,T

RANTUCCIO

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:28

# 1 0.000Subject Sample 01:28

4.957Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.000Subject Sample 01:31

4.957Breath Volume 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 12/16/2025 21:31

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007515CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:3012/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

18:10

St. John's County SO

BLACKMAN,ALBERT

02/13/2028

403268835

St. John's County SO

HARTZ,BRANDON,M

CARSON

11/27/2025

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:05

0.000Air Blank 20:06

0.080Control Test 20:06

0.000Air Blank 20:07

# 1 0.200Subject Sample 20:09

1.464Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.174Subject Sample 20:15 Volume Not Met

0.332Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:17

# 3 0.202Subject Sample 20:20

1.222Breath Volume 20:20

0.000Air Blank 20:21

0.076Control Test 20:21

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 12/16/2025 21:31

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:0212/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:48

FFWCC (West Palm)

VEIGA,RICARDO

04/28/2026

402732434

FFWCC (West Palm)

VEIGA,RICARDO,A

BAUTISTA NAJERA

11/20/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.080Control Test 21:08

0.000Air Blank 21:09

# 1 0.153Subject Sample 21:09

1.332Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:11

# 2 0.150Subject Sample 21:12

1.613Breath Volume 21:12

0.000Air Blank 21:13

0.079Control Test 21:13

0.000Air Blank 21:13

OKDiagnostics Check 21:14

Data Download Date/Time: 12/18/2025 13:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:51:1512/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:08

16:54

Miami PD

RODRIGUEZ,ARNIEL

04/28/2026

402732434

Miami PD

GUERRA,CLAUDIA,

FIGUEROA

11/20/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:41

0.000Air Blank 17:42

0.081Control Test 17:42

0.000Air Blank 17:43

# 1Subject Sample 17:46 No Sample Provided

0.000Breath Volume 17:46

0.000Air Blank 17:46

0.000Air Blank 17:48

# 2Subject Sample 17:50 Subject Test Refused

0.000Breath Volume 17:50

Air Blank 17:50 RFI Detect

0.000Air Blank 17:51

Data Download Date/Time: 12/18/2025 13:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:2612/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:55

Miami PD

LUY,EMANUEL

04/28/2026

402732434

Miami PD

CABRERA,DONNAVEN,

MARTINEZ

11/20/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.081Control Test 20:34

0.000Air Blank 20:34

# 1Subject Sample 20:35 Subject Test Refused

0.000Breath Volume 20:35

0.000Air Blank 20:35

0.082Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 12/18/2025 13:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:00:3112/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:16

09:26

Miami PD

VASQUEZ,JASON

04/28/2026

402732434

Miami PD

DIXON,CHRIS,

BRISSON

11/20/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:52

0.000Air Blank 10:53

0.081Control Test 10:53

0.000Air Blank 10:54

# 1 0.097Subject Sample 10:55

2.175Breath Volume 10:55

0.000Air Blank 10:56

0.000Air Blank 10:58

# 2 0.094Subject Sample 10:58

2.613Breath Volume 10:58

0.000Air Blank 10:59

0.078Control Test 10:59

0.000Air Blank 11:00

OKDiagnostics Check 11:00

Data Download Date/Time: 12/18/2025 13:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:4012/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:57

Miami PD

LEJARZA,LUIS

04/28/2026

402732434

Miami PD

LEJARZA,LUIS,G

CHIRINOS

12/18/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:54

# 1 0.124Subject Sample 00:55

2.031Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.128Subject Sample 00:59

2.984Breath Volume 00:59

0.000Air Blank 00:59

0.080Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 01/24/2026 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:4512/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:13

19:13

FFWCC (West Palm)

REYES,JESUS

04/28/2026

402732434

FFWCC (West Palm)

LEON,REINIEL,S

LEON

12/18/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:52

0.000Air Blank 19:53

0.081Control Test 19:53

0.000Air Blank 19:54

# 1Subject Sample 19:54 Subject Test Refused

0.000Breath Volume 19:54

0.000Air Blank 19:54

0.081Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 01/24/2026 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-007516CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5312/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:05

Miami PD

FORBES,K

04/28/2026

402732434

Miami PD

SARMIENTO,V,G

GONZALEZ-NAVARRO

12/18/2025

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

# 1Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:04

0.080Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 01/24/2026 14:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.


