
80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:0610/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:05

FHP Troop B

MARTIN,DANIEL

03/05/2027

04125080A5

FHP Troop B

MARTIN,DANIEL,M

MOELLER

10/24/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:06

0.000Air Blank 19:06

0.082Control Test 19:07

0.000Air Blank 19:07

# 1 0.221Subject Sample 19:08

2.785Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:10

# 2 0.219Subject Sample 19:11

1.792Breath Volume 19:11

0.000Air Blank 19:12

0.081Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 10/27/2025 12:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:0210/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

22:10

Miami-Dade PD

OROZCO,B

11/05/2026

28424080A4

North Miami PD

DELGADO,MIGUEL,R

CETINO HERNANDEZ

10/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.079Control Test 22:47

0.000Air Blank 22:47

# 1Subject Sample 22:48 RFI Detect

1.097Breath Volume 22:48

0.000Air Blank 22:49

0.079Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:50

Data Download Date/Time: 11/05/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:1710/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

22:10

Miami-Dade PD

OROZCO,B

11/05/2026

28424080A4

North Miami PD

DELGADO,MIGUEL,R

CETINO HERNANDEZ

10/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.077Control Test 22:53

0.000Air Blank 22:53

# 1 0.162Subject Sample 22:54

1.378Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:56

# 2 0.169Subject Sample 22:57

1.148Breath Volume 22:57

0.000Air Blank 22:58

0.078Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 11/05/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:5410/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

22:39

Miami-Dade PD

ALTUNAY,M

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

ROSADO

10/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.079Control Test 23:13

0.000Air Blank 23:13

# 1 0.196Subject Sample 23:14

1.148Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.197Subject Sample 23:17

1.207Breath Volume 23:17

0.000Air Blank 23:17

0.077Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 11/05/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:3510/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:07

Miami-Dade PD

GONZALEZ,L

11/05/2026

28424080A4

South Miami PD

DELGADO,MIGUEL,R

HERNANDEZ MEJIA

10/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.079Control Test 00:25

0.000Air Blank 00:25

# 1Subject Sample 00:28 No Sample Provided

0.000Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.251Subject Sample 00:32

2.964Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 3 0.239Subject Sample 00:35

3.332Breath Volume 00:35

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 11/05/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0710/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:52

Miami-Dade PD

GONZALEZ,J

11/05/2026

28424080A4

Coral Gables PD

DELGADO,MIGUEL,R

GONZALEZ

10/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

# 1 0.049Subject Sample 02:37

1.457Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.050Subject Sample 02:40

1.699Breath Volume 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 11/05/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3410/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:27

Miami-Dade PD

DELGADO,M

11/05/2026

28424080A4

Miami-Dade PD

DELGADO,MIGUEL,R

RIOS TACUCHE

10/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.159Subject Sample 02:59

1.781Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.150Subject Sample 03:03

1.210Breath Volume 03:03

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 11/05/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:0910/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:22

Miami-Dade PD

LEBRON,M

11/05/2026

28424080A4

Aventura PD

DELGADO,MIGUEL,R

GUILLEN CAMERO

10/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:12

# 1 0.172Subject Sample 01:13

2.101Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.175Subject Sample 01:16

2.097Breath Volume 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 11/05/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4910/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:07

Okaloosa County SO

REEDER,GRACEY

06/27/2026

402783527

Okaloosa County SO

WAGNER,MICHELLE,A

MATHIS

09/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.077Control Test 22:11

0.000Air Blank 22:11

# 1 0.174Subject Sample 22:12

1.472Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:14

# 2 0.194Subject Sample 22:15

1.609Breath Volume 22:15

0.000Air Blank 22:16

0.074Control Test 22:16 Control Outside Tolerance

Air Blank 22:16 RFI Detect

Data Download Date/Time: 10/31/2025 16:45

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:2610/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:07

Okaloosa County SO

REEDER,GRACEY

06/27/2026

402783527

Okaloosa County SO

WAGNER,MICHELLE,A

MATHIS

09/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.077Control Test 22:24

0.000Air Blank 22:25

# 1 0.196Subject Sample 22:25

1.785Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.202Subject Sample 22:28

2.175Breath Volume 22:28

0.000Air Blank 22:29

0.076Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 10/31/2025 16:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:4610/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:58

FHP Troop A

JACOBSON,KARSON

12/22/2025

402623828

FHP Troop A

JACOBSON,KARSON,J

HUTCHISON

09/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.077Control Test 05:00

0.000Air Blank 05:00

# 1 0.190Subject Sample 05:01

2.949Breath Volume 05:01

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.186Subject Sample 05:04

3.128Breath Volume 05:04

0.000Air Blank 05:04

0.077Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 10/31/2025 16:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:32:4910/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:49

11:25

Okaloosa County SO

LEE,AARON

06/27/2026

402783527

Okaloosa County SO

MILLER,JERRY,L

HERNANDEZ GOMEZ

09/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:30

0.000Air Blank 15:30

0.076Control Test 15:30

0.000Air Blank 15:31

# 1Subject Sample 15:31 Subject Test Refused

0.000Breath Volume 15:31

0.000Air Blank 15:31

0.077Control Test 15:32

0.000Air Blank 15:32

OKDiagnostics Check 15:32

Data Download Date/Time: 10/31/2025 16:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3810/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:17

Okaloosa County SO

SHELDON,ERIC

06/27/2026

40263527

Okaloosa County SO

SHELDON,ERIC,L

BAKER

09/25/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:11

0.000Air Blank 03:11

# 1 0.210Subject Sample 03:12

1.632Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.225Subject Sample 03:16

2.289Breath Volume 03:16

0.000Air Blank 03:16

0.076Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 10/31/2025 16:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0210/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

23:54

Eglin AFB PD

JOHNSTON,JAMES

05/09/2028

403342588

Eglin AFB PD

ORZO,ALEXANDER,M

RAMSY

09/10/2025

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:32

# 1 0.222Subject Sample 01:33

1.136Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.229Subject Sample 01:36

2.707Breath Volume 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:38

Data Download Date/Time: 10/10/2025 22:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:3310/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:10

Niceville PD

BOURQUE,ESSENCE

05/09/2028

403342588

Niceville PD

YAEGER,ALANNAH,N

YAEGER

10/10/2025

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

# 1Subject Sample 04:12 No Sample Provided

0.000Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2Subject Sample 04:18 No Sample Provided

0.000Breath Volume 04:18

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 11/19/2025 21:24

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2810/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:45

FHP Troop A

MILLENDER,MONICA

03/06/2027

402987895

FHP Troop A

MILLENDER,MONICA,M

ELLIOTT

09/22/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

# 1 0.168Subject Sample 04:14

1.390Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.170Subject Sample 04:17

1.648Breath Volume 04:17

0.000Air Blank 04:18

0.081Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 10/21/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2610/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:58

FHP Troop A

BABEL,NICHOLAS

03/06/2027

402987895

FHP Troop A

MILLENDER,MONICA,M

GRAY

09/22/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

# 1 0.192Subject Sample 02:32

2.531Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.191Subject Sample 02:35

1.703Breath Volume 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 10/21/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2210/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:30

FHP Troop A

MILLENDER,MONICA

03/06/2027

402987895

FHP Troop A

BABEL,NICHOLAS,S

ZAHGOTAH

09/22/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.082Control Test 02:04

0.000Air Blank 02:05

# 1 0.263Subject Sample 02:05

3.289Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.241Subject Sample 02:08

2.199Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 3 0.240Subject Sample 02:11

2.460Breath Volume 02:11

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 10/21/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:0210/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

03:12

FHP Troop A

MILLENDER,MONICA

03/06/2027

402987895

FHP Troop A

MILLENDER,MONICA,M

MONTZ

09/22/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:43

# 1 0.179Subject Sample 03:44

3.855Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.175Subject Sample 03:47

3.734Breath Volume 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:49

Data Download Date/Time: 10/21/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:1610/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:20

Escambia County SO

CONNELL,TYLER

03/06/2027

402987895

Escambia County SO

SHORETTE,BRIAN,E

FERRELL

09/22/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.081Control Test 22:06

0.000Air Blank 22:06

# 1 0.236Subject Sample 22:07

1.882Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.221Subject Sample 22:09

1.429Breath Volume 22:09

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 10/21/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:0710/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:42

Escambia County SO

FOLGAR,IRWIN

03/06/2027

402987895

Escambia County SO

NORRE,ADAM,J

SOTO PALOBLANCO

10/21/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1 0.222Subject Sample 23:42

2.503Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.214Subject Sample 23:45

1.777Breath Volume 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 11/24/2025 12:24

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1210/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

03:17

FHP Troop A

GODFREY,BRANDON

03/06/2027

402987895

FHP Troop A

GODFREY,BRANDON,M

KIRK

10/21/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:40

# 1 0.155Subject Sample 03:40

4.980Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.160Subject Sample 03:43

3.949Breath Volume 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 11/24/2025 12:24

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:4810/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:48

FHP Troop A

ALBRITTON,ROY

03/06/2027

402987895

FHP Troop A

MILLENDE,MONICA,M

MEYER

10/21/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:17

# 1 0.169Subject Sample 04:18

3.082Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:20

# 2 0.161Subject Sample 04:21

2.312Breath Volume 04:21

0.000Air Blank 04:21

0.081Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 11/24/2025 12:24

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:4510/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:25

FHP Troop A

GODFREY,BRANDON

03/06/2027

402987895

FHP Troop A

GODFREY,BRANDON,M

JESS

10/21/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

# 1Subject Sample 03:55 Subject Test Refused

0.000Breath Volume 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 11/24/2025 12:24

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:0310/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

22:09

FHP Troop A

PIAGET,THOMAS

03/06/2027

402987895

FHP Troop A

MILLENDER,MONICA,M

HARKEY

10/21/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.082Control Test 22:37

0.000Air Blank 22:37

# 1 0.169Subject Sample 22:38

2.101Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:40

# 2 0.172Subject Sample 22:41

2.265Breath Volume 22:41

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:43

Data Download Date/Time: 11/24/2025 12:24

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2610/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

02:12

FHP Troop A

GODFREY,BRANDON

03/06/2027

402987895

FHP Troop A

GODFREY,BRANDON,M

DUNN

10/21/2025

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.082Control Test 02:28

0.000Air Blank 02:28

# 1 0.150Subject Sample 02:29

1.667Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.144Subject Sample 02:31

1.542Breath Volume 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 11/24/2025 12:24

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:35:1310/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:03

15:11

FHP Troop A

ACKER,AARON

05/28/2027

403056709

FHP Troop A

MCCLELLAN,DETRICK,S

HUNT

09/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:28

0.000Air Blank 16:28

0.078Control Test 16:29

0.000Air Blank 16:29

# 1 0.158Subject Sample 16:30

2.007Breath Volume 16:30

0.000Air Blank 16:31

0.000Air Blank 16:32

# 2 0.161Subject Sample 16:33

1.214Breath Volume 16:33

0.000Air Blank 16:34

0.078Control Test 16:34

0.000Air Blank 16:35

OKDiagnostics Check 16:35

Data Download Date/Time: 10/30/2025 11:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:0710/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

23:09

Hamilton County SO

MCCORMICK,JERRY

06/05/2026

10124080A2

Hamilton County SO

CURRY,WILLIAM,C

HILL

09/29/2025

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:18

# 1 0.168Subject Sample 23:19

3.351Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:21

# 2 0.161Subject Sample 23:22

3.226Breath Volume 23:22

0.000Air Blank 23:23

0.078Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 10/30/2025 01:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:4010/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:56

FHP Troop B

O'CONNEY,NOAH

06/05/2026

10124080A2

FHP Troop B

O'CONNEY,NOAH,A

KRYZAK

09/29/2025

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.079Control Test 21:06

0.000Air Blank 21:07

# 1 0.205Subject Sample 21:10

1.265Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.211Subject Sample 21:14

1.742Breath Volume 21:14

0.000Air Blank 21:15

0.077Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 10/30/2025 01:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:1810/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:12

17:39

Hamilton County SO

STEPHENS,GREGORY

06/05/2026

10124080A2

Hamilton County SO

SMITH JR,LORNE,J

DILLOW

09/29/2025

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:32

0.000Air Blank 18:32

0.081Control Test 18:33

0.000Air Blank 18:33

# 1Subject Sample 18:33 Subject Test Refused

0.000Breath Volume 18:33

0.000Air Blank 18:34

0.080Control Test 18:34

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 10/30/2025 01:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:1810/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:00

Columbia County SO

NEUGEBAUER,S

03/05/2027

04125080A5

Columbia County SO

CANADAY,K,A

GARZA

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.080Control Test 23:36

Air Blank 23:36 RFI Detect

Air Blank 23:37 RFI Detect

Data Download Date/Time: 10/24/2025 09:54

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:1810/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:00

Columbia County SO

NEUGEBAUER,S

03/05/2027

04125080A5

Columbia County SO

CANADAY,K,A

GARZA

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.079Control Test 23:41

0.000Air Blank 23:41

# 1Subject Sample 23:41 Subject Test Refused

0.000Breath Volume 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0710/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:36

FHP Troop B

O'CONNEY,NOAH

03/05/2027

04125080A5

FHP Troop B

O'CONNEY,NOAH,A

DOUGLAS

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:39

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:41

0.077Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:0710/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:30

FHP Troop B

MACFADDEN,RYAN

03/05/2027

04125080A5

FHP Troop B

O'CONNEY,NOAH,A

HILL

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.078Control Test 04:58

0.000Air Blank 04:58

# 1 0.217Subject Sample 04:59

3.652Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.199Subject Sample 05:02

2.226Breath Volume 05:02

0.000Air Blank 05:03

0.074Control Test 05:03 Control Outside Tolerance

0.000Air Blank 05:04

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:0010/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:34

Lake City PD

HANSEN,ERIC

03/05/2027

04125080A5

Lake City PD

HANSEN,ERIC,M

REESE

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.272Subject Sample 23:27

2.507Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:29

# 2 0.267Subject Sample 23:30

1.199Breath Volume 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:32

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:0810/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

11:45

Lake City PD

HANSEN,ERIC

03/05/2027

04125080A5

Lake City PD

HANSEN,ERIC,M

LOGGINS

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:30

# 1 0.163Subject Sample 00:30

1.765Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.164Subject Sample 00:33

1.882Breath Volume 00:33

0.000Air Blank 00:34

0.078Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:0210/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:49

Columbia County SO

WATTS,DANIEL

03/05/2027

04125080A5

Columbia County SO

TEDJESKE,JAMES,R

GREENE

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.079Control Test 00:51

0.000Air Blank 00:51

# 1Subject Sample 00:51 Subject Test Refused

0.000Breath Volume 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:53

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:4610/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

19:00

Columbia County SO

WATTS,DANIEL

03/05/2027

04125080A5

Columbia County SO

TEDJESKE,JAMES,R

PENFIELD

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:02

0.000Air Blank 20:02

0.078Control Test 20:03

Air Blank 20:03 RFI Detect

0.000Air Blank 20:03

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:4810/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

19:00

Columbia County SO

WATTS,DANIEL

03/05/2027

04125080A5

Columbia County SO

TEDJESKE,JAMES,R

PENFIELD

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:06

0.077Control Test 20:06 RFI Detect

0.000Air Blank 20:06

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:4810/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

19:00

Columbia County SO

WATTS,DANIEL

03/05/2027

04125080A5

Columbia County SO

TEDJESKE,JAMES,R

PENFIELD

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.076Control Test 20:09 RFI Detect

0.000Air Blank 20:09

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:4810/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

19:00

Columbia County SO

WATTS,DANIEL

03/05/2027

04125080A5

Columbia County SO

TEDJESKE,JAMES,R

PENFIELD

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.077Control Test 20:12

Air Blank 20:12 RFI Detect

0.000Air Blank 20:12

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:3310/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

19:00

Columbia County SO

WATTS,DANIEL

03/05/2027

04125080A5

Columbia County SO

TEDJESKE,JAMES,R

PENFIELD

10/01/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:20

0.078Control Test 20:20

0.000Air Blank 20:20

# 1 0.338Subject Sample 20:21

1.984Breath Volume 20:21

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.363Subject Sample 20:24

2.488Breath Volume 20:24

0.000Air Blank 20:24

0.000Air Blank 20:26

# 3 0.346Subject Sample 20:27

2.359Breath Volume 20:27

0.000Air Blank 20:27

0.076Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 10/24/2025 09:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:0210/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

01:02

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

NEWMAN

09/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

FailDiagnostics Check 01:28 Voltage/Current Test

0.000Air Blank 01:29

Data Download Date/Time: 10/18/2025 08:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:5210/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

01:02

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

NEWMAN

09/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

# 1 0.203Subject Sample 01:33

1.492Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.201Subject Sample 01:36

1.554Breath Volume 01:36

0.000Air Blank 01:36

0.079Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 10/18/2025 08:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:0110/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

01:12

FHP Troop A

COZAD,AUDREA

06/25/2028

403374313

Panama City Beach PD

MCDOWELL,MICHAEL,J

WHEAT

09/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1 0.215Subject Sample 01:36

2.003Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.202Subject Sample 01:39

2.640Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:41

Data Download Date/Time: 10/18/2025 08:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:3310/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

04:11

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

CUTTS

09/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.080Control Test 04:34

0.000Air Blank 04:34

# 1 0.153Subject Sample 04:35

2.500Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.155Subject Sample 04:38

2.445Breath Volume 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

FailDiagnostics Check 04:40 Voltage/Current Test

0.000Air Blank 04:40

Data Download Date/Time: 10/18/2025 08:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:0110/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

04:11

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

CUTTS

09/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 04:42 Voltage/Current Test

0.000Air Blank 04:43

Data Download Date/Time: 10/18/2025 08:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:3610/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

04:11

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

CUTTS

09/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

# 1 0.139Subject Sample 04:57

2.144Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.136Subject Sample 05:01

1.613Breath Volume 05:01

0.000Air Blank 05:01

0.081Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 10/18/2025 08:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1710/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:55

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

ABBATE

09/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

# 1 0.172Subject Sample 03:18

2.921Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.177Subject Sample 03:21

2.515Breath Volume 03:21

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 10/18/2025 08:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:4510/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:01

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

BOONIN

09/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:44

# 1 0.151Subject Sample 03:45

1.664Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.142Subject Sample 03:48

1.542Breath Volume 03:48

0.000Air Blank 03:48

0.079Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 10/18/2025 08:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5310/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:20

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

DAVIS

10/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 00:43 Voltage/Current Test

0.000Air Blank 00:43

Data Download Date/Time: 11/07/2025 07:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1810/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:20

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

DAVIS

10/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 00:45 Voltage/Current Test

0.000Air Blank 00:46

Data Download Date/Time: 11/07/2025 07:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5110/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:20

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

DAVIS

10/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.080Control Test 00:57

0.000Air Blank 00:57

# 1 0.182Subject Sample 00:58

2.492Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.162Subject Sample 01:02

1.687Breath Volume 01:02

0.000Air Blank 01:02

0.081Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 11/07/2025 07:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:5310/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

19:26

FHP Troop A

LEWIS,TIMOTHY

06/25/2028

403374313

FHP Troop A

LEWIS,TIMOTHY,B

DONATO

10/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:52

0.000Air Blank 19:53

0.081Control Test 19:53

0.000Air Blank 19:54

# 1Subject Sample 19:54 Subject Test Refused

0.000Breath Volume 19:54

0.000Air Blank 19:54

0.081Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 11/07/2025 07:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:5110/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:57

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

DUNCAN

10/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 19:37 Voltage/Current Test

0.000Air Blank 19:37

Data Download Date/Time: 11/07/2025 07:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:3710/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:57

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

DUNCAN

10/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 19:40 Voltage/Current Test

0.000Air Blank 19:40

Data Download Date/Time: 11/07/2025 07:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:3310/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:57

FHP Troop A

MCDOWELL,MICHAEL

06/25/2028

403374313

FHP Troop A

MCDOWELL,MICHAEL,J

DUNCAN

10/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 19:42 Voltage/Current Test

0.000Air Blank 19:42

Data Download Date/Time: 11/07/2025 07:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:4010/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:37

FHP Troop A

WILLIS,CALEB

06/25/2028

403374313

FHP Troop A

WILLIS,CALEB,M

ADAMS

10/18/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:50

0.000Air Blank 19:51

0.081Control Test 19:51

0.000Air Blank 19:52

# 1Subject Sample 19:52 Subject Test Refused

0.000Breath Volume 19:52

0.000Air Blank 19:52

0.080Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 11/07/2025 07:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:4610/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:51

17:41

FHP Troop A

HENSON,JAY

09/08/2026

402843437

FHP Troop A

HENSON,JAY,C

BROOKS

09/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:21

0.079Control Test 18:21

0.000Air Blank 18:22

# 1 0.242Subject Sample 18:23

4.855Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.248Subject Sample 18:27

5.003Breath Volume 18:27

0.000Air Blank 18:27

0.080Control Test 18:28

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 10/15/2025 10:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0510/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:42

FHP Troop A

ELMORE,TIMOTHY

09/08/2026

402843437

FHP Troop A

JONES,DALLAS,L

WATSON

09/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

# 1Subject Sample 04:06 Subject Test Refused

0.000Breath Volume 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 10/15/2025 10:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:2110/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:35

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

IBRAHIM

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.081Control Test 20:21

0.000Air Blank 20:21

# 1 0.180Subject Sample 20:22

1.730Breath Volume 20:22

Air Blank 20:22 RFI Detect

Air Blank 20:22 RFI Detect

0.000Air Blank 20:23

Data Download Date/Time: 10/29/2025 12:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:5110/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:35

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

IBRAHIM

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:27

0.080Control Test 20:27

0.000Air Blank 20:28

# 1 0.180Subject Sample 20:28

1.882Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:30

# 2 0.169Subject Sample 20:31

2.210Breath Volume 20:31

0.000Air Blank 20:31

0.081Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:2210/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:35

St. Lucie County SO

COLANGELO,CODY

02/05/2027

00925080A3

St. Lucie County SO

ALBA,CHRISTOPHER,

KING

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

# 1 0.161Subject Sample 03:35 Volume Not Met

1.125Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:37

# 2Subject Sample 03:38 Subject Test Refused

0.410Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:0610/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:40

St. Lucie County SO

BLACK,EDWARD

02/05/2027

00925080A3

Port St. Lucie PD

RIOS,ANGEL,M

ANGRISANI

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.101Subject Sample 01:08

1.480Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.104Subject Sample 01:11

1.539Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:5510/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:57

St. Lucie County SO

GUERTIN,SKYLAR

02/05/2027

00925080A3

St. Lucie County SO

GUERTIN,SKYLAR,M

GONZALEZ

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

# 1 0.000Subject Sample 02:39

2.175Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.000Subject Sample 02:42

1.531Breath Volume 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:0510/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:26

FHP Troop L

BEGANY,JOSHUA

02/05/2027

00925080A3

FHP Troop L

BEGANY,JOSHUA,M

ROBERSON

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:47

# 1 0.141Subject Sample 22:48

3.210Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:50

# 2 0.141Subject Sample 22:51

2.988Breath Volume 22:51

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:0910/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:17

Fort Pierce PD

COLUMBUS,DYLAN

02/05/2027

00925080A3

Fort Pierce PD

MEMON,MATTHEW,M

MARTIN

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.082Control Test 03:55

0.000Air Blank 03:55

# 1 0.278Subject Sample 03:56

2.160Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:58

# 2 0.279Subject Sample 03:59

1.460Breath Volume 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:4910/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:14

St. Lucie County SO

GUERTIN,SKYLAR

02/05/2027

00925080A3

St. Lucie County SO

GUERTIN,SKYLAR,M

ROBERTS

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.081Control Test 23:31

0.000Air Blank 23:31

# 1 0.000Subject Sample 23:32

1.449Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.000Subject Sample 23:35

1.910Breath Volume 23:35

0.000Air Blank 23:35

0.081Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0810/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:46

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

GEORGE

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.082Control Test 01:28

0.000Air Blank 01:29

# 1 0.056Subject Sample 01:29

4.042Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.055Subject Sample 01:32

3.585Breath Volume 01:32

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4810/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:22

St. Lucie County SO

BLACK,EDWARD

02/05/2027

00925080A3

Port St. Lucie PD

BYRD,TERANCE,A

AYALA PEREZ

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.082Control Test 03:13

0.000Air Blank 03:13

# 1 0.000Subject Sample 03:14

2.156Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.000Subject Sample 03:17

2.355Breath Volume 03:17

0.000Air Blank 03:17

0.081Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4810/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:02

St. Lucie County SO

MARTINEK,KEITH

02/05/2027

00925080A3

St. Lucie County SO

BYRD,TERANCE,A

DECEMBRE

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

# 1 0.222Subject Sample 04:02 Volume Not Met

0.917Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.223Subject Sample 04:07

1.515Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 3 0.228Subject Sample 04:13 Volume Not Met

0.964Breath Volume 04:13

0.000Air Blank 04:13

0.078Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1710/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:34

St. Lucie County SO

BRADY,ZACHARY

02/05/2027

00925080A3

St. Lucie County SO

KICKLIGHTER,KEVIN,H

SANCHEZ LOPEZ

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.208Subject Sample 03:28

1.523Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 2 0.239Subject Sample 03:31

1.968Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 3 0.231Subject Sample 03:34

1.976Breath Volume 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 10/29/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3710/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:07

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

SHEFTALL

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

# 1 0.124Subject Sample 02:51

1.105Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.121Subject Sample 02:54

1.921Breath Volume 02:54

0.000Air Blank 02:54

0.081Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 10/29/2025 13:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:1510/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:50

St. Lucie County SO

NORUS,JEFFREY

02/05/2027

00925080A3

Fort Pierce PD

BYRD,TERANCE,A

SEARS

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.082Control Test 00:29

0.000Air Blank 00:30

# 1 0.185Subject Sample 00:30

1.984Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.198Subject Sample 00:33

1.367Breath Volume 00:33

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 10/29/2025 13:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:5510/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:54

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

RODRIGUEZ AGUILA

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.081Control Test 22:55

0.000Air Blank 22:55

# 1 0.221Subject Sample 22:56

2.777Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:58

# 2 0.221Subject Sample 22:59

3.226Breath Volume 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 10/29/2025 13:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:19:2410/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:25

St. Lucie County SO

RODRIGUEZ,CHRISTOPHER

02/05/2027

00925080A3

St. Lucie County SO

RODRIGUEZ,CHRISTOPHER,J

ELLIOTT

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:13

0.000Air Blank 15:13

0.081Control Test 15:13

0.000Air Blank 15:14

# 1 0.342Subject Sample 15:14

3.054Breath Volume 15:14

0.000Air Blank 15:15

0.000Air Blank 15:17

# 2 0.338Subject Sample 15:17

2.851Breath Volume 15:17

0.000Air Blank 15:18

0.079Control Test 15:18

0.000Air Blank 15:19

OKDiagnostics Check 15:19

Data Download Date/Time: 10/29/2025 13:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1610/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:54

St. Lucie County SO

CHACON,BLAINE

02/05/2027

00925080A3

St. Lucie County SO

GUERTIN,SKYLAR,M

ASCENCION

09/26/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

# 1 0.186Subject Sample 01:26

2.554Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.191Subject Sample 01:29

1.972Breath Volume 01:29

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 10/29/2025 13:00

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:0310/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:18

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

TARANTINO

10/29/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

# 1 0.189Subject Sample 00:53

1.613Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.182Subject Sample 00:56

2.503Breath Volume 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:58

Data Download Date/Time: 11/29/2025 17:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:2010/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:26

St. Lucie County SO

BENNING,CHEYENNE

02/05/2027

00925080A3

St. Lucie County SO

BENNING,CHEYENNE,H

PERRERA

10/29/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:19

# 1 0.110Subject Sample 05:19

1.300Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.112Subject Sample 05:22

1.988Breath Volume 05:22

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 11/29/2025 17:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5010/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:42

FHP Troop B

WILLIAMS,JAY

12/05/2026

31124080A1

Dixie County SO

DRYDEN,JOHN,E

VEILLEUX

10/01/2025

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.078Control Test 04:29

0.000Air Blank 04:30

# 1 0.080Subject Sample 04:31

1.933Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.083Subject Sample 04:34

1.699Breath Volume 04:34

0.000Air Blank 04:34

0.077Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 11/03/2025 12:06

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:4810/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:24

Perry PD

PEACOCK,JAMES

09/05/2027

19825080A1

Perry PD

PUTNEL,JOHN,D

ROBERTS

09/16/2025

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.078Control Test 22:50

0.000Air Blank 22:51

# 1 0.011Subject Sample 22:51

3.367Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.010Subject Sample 22:54

3.074Breath Volume 22:54

0.000Air Blank 22:54

0.078Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 10/30/2025 15:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:1410/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:57

Perry PD

SWINDLE,CHARLES

09/05/2027

19825080A1

FHP Troop H

ARNOLD,JOHN,S

WIEDERKEHR

09/16/2025

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.078Control Test 20:39

0.000Air Blank 20:40

# 1 0.161Subject Sample 20:40

3.179Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.149Subject Sample 20:43

1.867Breath Volume 20:43

0.000Air Blank 20:44

0.078Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 10/30/2025 15:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:2310/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

18:46

FHP Troop B

HARRISON,CHRISTIAN

08/30/2027

403135737

FHP Troop B

HARRISON,CHRISTIAN,J

LUISIER

10/21/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.081Control Test 20:32

0.000Air Blank 20:32

# 1 0.087Subject Sample 20:33

1.523Breath Volume 20:33

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.084Subject Sample 20:36

1.589Breath Volume 20:36

0.000Air Blank 20:37

0.080Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 11/19/2025 15:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:2610/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:34

FHP Troop B

WILDEMAN-STUART,JORDAN

08/30/2027

403135737

FHP Troop B

WILDEMAN-STUART,JORDAN,R

PICENO MENDEZ

10/21/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.081Control Test 20:07

0.000Air Blank 20:07

# 1 0.183Subject Sample 20:08

3.000Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.176Subject Sample 20:11

2.125Breath Volume 20:11

0.000Air Blank 20:12

0.080Control Test 20:12

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 11/19/2025 15:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:2410/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:14

FHP Troop B

HERNANDEZ,ALAIN

03/28/2027

403008479

FHP Troop B

MENDOZA,SEBASTIAN,

DEWBERRY

10/21/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.080Control Test 21:01

0.000Air Blank 21:01

# 1 0.176Subject Sample 21:01

1.523Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.179Subject Sample 21:04

3.222Breath Volume 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 11/19/2025 15:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:0710/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:07

Sumter County SO

BOGGS,ZACHARY

06/05/2026

231603

Sumter County SO

RUSSELL,TRISTAN,T

PEREZ GUERRERO

10/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.086Subject Sample 03:26

1.207Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.103Subject Sample 03:30

2.453Breath Volume 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 11/29/2025 07:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:2610/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:41

Sumter County SO

WHITE,SHAWN

06/05/2026

231603

Sumter County SO

RUSSELL,TRISTAN,T

AVANT

10/30/2025

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.081Control Test 04:40

0.000Air Blank 04:40

# 1 0.033Subject Sample 04:41

1.906Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.031Subject Sample 04:44

1.859Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 11/29/2025 07:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:4510/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:45

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

HIDALGO-VELASQUEZ

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.078Control Test 23:25

0.000Air Blank 23:26

# 1 0.229Subject Sample 23:28

2.277Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.231Subject Sample 23:31

1.785Breath Volume 23:31

0.000Air Blank 23:31

0.078Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:2610/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:51

Citrus County SO

YAMANI,ANDRE

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

DOPLER

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 19:36

0.000Air Blank 19:36

0.078Control Test 19:36

0.000Air Blank 19:37

# 1 0.185Subject Sample 19:37

1.855Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.180Subject Sample 19:40

1.820Breath Volume 19:40

0.000Air Blank 19:41

0.078Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 10/23/2025 04:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2010/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:25

CCA Citrus

STACK,K

10/05/2026

232492

Citrus County SO

GILLMAN JR,DAVID,E

TENDLER

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:09

# 1 0.120Subject Sample 03:09

3.972Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.119Subject Sample 03:12

3.570Breath Volume 03:12

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 10/23/2025 04:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:1110/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

19:03

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

HUMPHRIES

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:12

0.000Air Blank 20:12

0.078Control Test 20:13

0.000Air Blank 20:13

# 1Subject Sample 20:13 Subject Test Refused

0.000Breath Volume 20:13

0.000Air Blank 20:14

0.078Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 10/23/2025 04:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:4910/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:34

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

NOYES

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.079Control Test 23:32

0.000Air Blank 23:32

# 1 0.000Subject Sample 23:33

2.000Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.000Subject Sample 23:36

2.488Breath Volume 23:36

0.000Air Blank 23:36

0.077Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 10/23/2025 04:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:2810/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:23

Citrus County SO

DAVIS,JAMES

10/05/2026

232492

Citrus County SO

DAVIS,JAMES,R

RODGERS

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:03

# 1Subject Sample 03:04 Subject Test Refused

0.000Breath Volume 03:04

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 10/23/2025 04:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:1310/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:44

CCA Citrus

SAKKAB,D

10/05/2026

232492

Citrus County SO

GILLMAN JR,DAVID,E

LALUNA

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

# 1 0.222Subject Sample 03:49

2.078Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.231Subject Sample 03:52

1.933Breath Volume 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 10/23/2025 04:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:2710/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:53

Citrus County SO

BRUNK,BRANDON

10/05/2026

232492

Citrus County SO

GILLMAN,DAVID,E

EASON

09/26/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

# 1Subject Sample 03:46 No Sample Provided

0.000Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 10/23/2025 04:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:4610/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

18:46

CCA Citrus

REDWAN,A

09/05/2027

250713

FHP Troop C

BOEHM,ADAM,J

MILLER

10/23/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:17

0.078Control Test 20:17

0.000Air Blank 20:18

# 1 0.245Subject Sample 20:19

3.285Breath Volume 20:19

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.240Subject Sample 20:22

2.777Breath Volume 20:22

0.000Air Blank 20:22

0.078Control Test 20:23

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 11/30/2025 05:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:1010/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:50

Citrus County SO

GARRISON,TIMOTHY

09/05/2027

250713

Citrus County SO

GARRISON,TIMOTHY,A

MINNELLA

10/23/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.079Control Test 23:27

0.000Air Blank 23:27

# 1 0.203Subject Sample 23:30 Volume Not Met

0.695Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.178Subject Sample 23:36 Volume Not Met

0.226Breath Volume 23:36

0.000Air Blank 23:37

0.075Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 11/30/2025 05:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:1610/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

00:08

CCA Citrus

DAVIS,J

09/05/2027

250713

Citrus County SO

RUSS,RUSS,R

HENDRIX

10/23/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.078Control Test 00:39

0.000Air Blank 00:39

# 1Subject Sample 00:39 Subject Test Refused

0.000Breath Volume 00:39

0.000Air Blank 00:40

0.079Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 11/30/2025 05:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:1010/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

18:38

Citrus County SO

GARRISON,TIMOTHY

09/05/2027

250713

Citrus County SO

GARRISON,TIMOTHY,A

STRICKLAND

10/23/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:04

0.079Control Test 19:05

0.000Air Blank 19:05

# 1 0.131Subject Sample 19:06

2.804Breath Volume 19:06

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.131Subject Sample 19:09

2.324Breath Volume 19:09

0.000Air Blank 19:10

0.077Control Test 19:10

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 11/30/2025 05:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:51:3310/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:50

Citrus County SO

FERRER,FRANCISCO

09/05/2027

250713

Citrus County SO

FERRER,FRANCISCO,A

QUINN

10/23/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:40

0.000Air Blank 13:41

0.078Control Test 13:41

0.000Air Blank 13:42

# 1 0.211Subject Sample 13:44

1.285Breath Volume 13:44

0.000Air Blank 13:45

0.000Air Blank 13:46

# 2 0.209Subject Sample 13:49

2.125Breath Volume 13:49

0.000Air Blank 13:50

0.077Control Test 13:50

0.000Air Blank 13:51

OKDiagnostics Check 13:51

Data Download Date/Time: 11/30/2025 05:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:3410/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:36

CCA Citrus

DAVIS,JIM

09/05/2027

250713

Citrus County SO

GILLMAN JR,DAVID,E

PRENTZLER

10/23/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.078Control Test 02:37

0.000Air Blank 02:38

# 1 0.180Subject Sample 02:38

1.667Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.183Subject Sample 02:42

1.695Breath Volume 02:42

0.000Air Blank 02:42

0.077Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 11/30/2025 05:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:1610/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:18

Clermont PD

BUSHONG,NICOLE

12/05/2026

32324080A2

Clermont PD

BUSHONG,NICOLE,R

JACKSON

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.082Control Test 01:34

0.000Air Blank 01:34

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:35

0.082Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:4610/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:32

16:50

Lady Lake PD

BURNS,JEFFREY

12/05/2026

32324080A2

Lady Lake PD

BURNS,JEFF,J

REDDY

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:53

0.082Control Test 17:54

0.000Air Blank 17:54

# 1 0.070Subject Sample 17:55

2.855Breath Volume 17:55

0.000Air Blank 17:55

0.000Air Blank 17:57

# 2 0.070Subject Sample 17:58

2.953Breath Volume 17:58

0.000Air Blank 17:58

0.081Control Test 17:59

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:3210/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:07

Clermont PD

DION,BRIANNA

12/05/2026

32324080A2

Clermont PD

DION,BRIANNA,M

MORRISON

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.081Control Test 02:30

0.000Air Blank 02:30

# 1 0.000Subject Sample 02:31

1.160Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.000Subject Sample 02:34

1.363Breath Volume 02:34

0.000Air Blank 02:34

0.081Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:0010/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:24

Clermont PD

URQUHART,C

12/05/2026

32324080A2

Clermont PD

MACAVOY,J,

CHAMBERS

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:25

0.081Control Test 19:25

0.000Air Blank 19:26

# 1Subject Sample 19:26 Subject Test Refused

0.000Breath Volume 19:26

0.000Air Blank 19:27

0.082Control Test 19:27

0.000Air Blank 19:27

OKDiagnostics Check 19:28

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0410/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:43

Mount Dora PD

RIVERA,J

11/05/2025

28423080A4

Mount Dora PD

RIVERA,J,

SARMIENTO

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:37

# 1 0.008Subject Sample 01:37

5.546Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.007Subject Sample 01:40

4.925Breath Volume 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:42

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:3110/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:21

Eustis PD

LUNA,ROMAN

12/05/2026

32324080A2

Mascotte PD

BURTZLAFF,SYDNEE,M

ORTIZ GONZALEZ

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:02:4010/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

05:53

Eustis PD

POSTMA,MARTIN

12/05/2026

32324080A2

Tavares PD

PARKER,STEPHEN,V

HERNANDEZ-ACOSTA

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:56

0.000Air Blank 07:56

0.082Control Test 07:57

0.000Air Blank 07:57

# 1 0.079Subject Sample 07:58

3.984Breath Volume 07:58

0.000Air Blank 07:58

0.000Air Blank 08:00

# 2 0.078Subject Sample 08:01

3.507Breath Volume 08:01

0.000Air Blank 08:01

0.081Control Test 08:02

0.000Air Blank 08:02

OKDiagnostics Check 08:02

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:00:1910/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:37

10:43

Lake County SO

MCCULLOCH,A

12/05/2026

32324080A2

Lake County SO

DOVE,WYATT,C

ROBERTS

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 11:57

0.000Air Blank 11:57

0.082Control Test 11:58

0.000Air Blank 11:58

# 1Subject Sample 11:58 Subject Test Refused

0.000Breath Volume 11:58

0.000Air Blank 11:59

0.081Control Test 11:59

0.000Air Blank 12:00

OKDiagnostics Check 12:00

Data Download Date/Time: 10/27/2025 11:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:4710/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:37

Astatula PD

PARKER,C

12/05/2026

32324080A2

Howey-In-The-Hills

MACK,JACALYN,S

VENNER

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.081Control Test 20:41

0.000Air Blank 20:42

# 1Subject Sample 20:42 Subject Test Refused

0.000Breath Volume 20:42

0.000Air Blank 20:42

0.082Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5410/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:00

Eustis PD

MURRAY,CHANTAL

12/05/2026

32324080A2

Eustis PD

RAPP,ERIC,G

PETTY

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.082Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:07 No Sample Provided

0.000Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:08

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:3310/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:26

Lake County SO

DUMOND,MICHELLE

12/05/2026

32324080A2

Lake County SO

BARNES,MONIQUE,L

KRUEGER

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:14

# 1Subject Sample 23:17 Subject Test Refused

0.000Breath Volume 23:17

0.000Air Blank 23:17

0.082Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:1410/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:16

Lake County SO

DUMOND,MICHELLE

12/05/2026

32324080A2

Lake County SO

BARNES,MONIQUE,L

LAROCK

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.082Control Test 03:50

0.000Air Blank 03:50

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.082Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:5610/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:40

Eustis PD

RAPP,ERIC

12/05/2026

32324080A2

Eustis PD

RAPP,ERIC,G

CHANDLER

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.082Control Test 23:31

0.000Air Blank 23:31

# 1 0.132Subject Sample 23:32

3.546Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.142Subject Sample 23:35

3.617Breath Volume 23:35

0.000Air Blank 23:36

0.082Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3010/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:24

Eustis PD

DOUGLAS,A

12/05/2026

32324080A2

Lake County SO

HOOVER,DAVID,W

BEEKMAN

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:01

0.000Air Blank 01:01

# 1 0.000Subject Sample 01:02

3.070Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.000Subject Sample 01:05

1.296Breath Volume 01:05

0.000Air Blank 01:05

0.082Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:5210/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:28

Eustis PD

DUMOND,MICHELLE

12/05/2026

32324080A2

Lake County SO

RAPP,ERIC,G

NAGY

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.082Control Test 20:34

0.000Air Blank 20:34

# 1 0.196Subject Sample 20:35

1.925Breath Volume 20:35

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.192Subject Sample 20:38

1.535Breath Volume 20:38

0.000Air Blank 20:38

0.082Control Test 20:39

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3410/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:41

Eustis PD

GARCIA,KEVIN

12/05/2026

32324080A2

Mount Dora PD

RAPP,ERIC,G

PHELPS

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.083Control Test 00:47

0.000Air Blank 00:48

# 1Subject Sample 00:51 Subject Test Refused

0.000Breath Volume 00:51

0.000Air Blank 00:51

0.082Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:5510/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:45

Clermont PD

MACAVOY,J

12/05/2026

32324080A2

Clermont PD

MACAVOY,J,

MORGAN

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:03

0.000Air Blank 19:03

0.082Control Test 19:04

0.000Air Blank 19:04

# 1 0.118Subject Sample 19:06

1.546Breath Volume 19:06

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.111Subject Sample 19:10

1.718Breath Volume 19:10

0.000Air Blank 19:11

0.081Control Test 19:11

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:4810/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:23

Lady Lake PD

ECKERDT,ANDRU

12/05/2026

32324080A2

Lady Lake PD

ECKERDT,ANDRU,J

COLETTI

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.082Control Test 02:11

0.000Air Blank 02:12

# 1Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.081Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:3010/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:53

Lady Lake PD

ECKERDT,ANDRU

12/05/2026

32324080A2

Lady Lake PD

ECKERDT,ANDRU,J

LOZANO

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.082Control Test 01:42

0.000Air Blank 01:42

# 1Subject Sample 01:43 Subject Test Refused

0.000Breath Volume 01:43

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1010/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:12

Lady Lake PD

LABONTE,RHEANNA

12/05/2026

32324080A2

Lake County SO

ECKERDT,ANDRU,J

PURYEAR

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.082Control Test 02:52

0.000Air Blank 02:53

# 1Subject Sample 02:53 Subject Test Refused

0.000Breath Volume 02:53

0.000Air Blank 02:54

0.082Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4110/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:01

Clermont PD

DUQUE,JOSHUA

12/05/2026

32324080A2

Mount Dora PD

REBANDO,BRIAN,M

LEDFORD

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.082Control Test 01:30

0.000Air Blank 01:30

# 1 0.212Subject Sample 01:31

3.363Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.207Subject Sample 01:34

2.031Breath Volume 01:34

0.000Air Blank 01:34

0.081Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:5410/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:57

17:25

Astatula PD

MARTINEZ,I

12/05/2026

32324080A2

Howey-In-The-Hills

MACK,JACALYN,S

VELASQUEZ VASQUEZ

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:30

0.081Control Test 18:30

0.000Air Blank 18:31

# 1Subject Sample 18:31 Subject Test Refused

0.000Breath Volume 18:31

0.000Air Blank 18:32

0.082Control Test 18:32

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 10/27/2025 11:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:4210/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:19

Lady Lake PD

ECKERDT,ANDRU

12/05/2026

32324080A2

Lady Lake PD

ECKERDT,ANDRU,J

COLON

10/27/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:12

0.082Control Test 22:12

0.000Air Blank 22:13

# 1 0.316Subject Sample 22:14

1.343Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:16

# 2 0.320Subject Sample 22:17

1.769Breath Volume 22:17

0.000Air Blank 22:17

0.080Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 11/24/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:5510/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:16

Lady Lake PD

POSTMA,MARTIN

12/05/2026

32324080A2

Tavares PD

ECKERDT,ANDRU,J

SHREFFLER

10/27/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.081Control Test 22:21

0.000Air Blank 22:22

# 1Subject Sample 22:22 Subject Test Refused

0.000Breath Volume 22:22

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 11/24/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:1810/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

03:13

Clermont PD

REYNOLDS,G

12/05/2026

32324080A2

Clermont PD

BUSHONG,NICOLE,R

CLARK

10/27/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.081Control Test 05:01

0.000Air Blank 05:02

# 1 0.228Subject Sample 05:03

2.921Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:05

# 2 0.228Subject Sample 05:06

2.828Breath Volume 05:06

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 11/24/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0110/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:37

Fruitland Park PD

ALLEN SWEET,B

12/05/2026

32324080A2

Fruitland Park PD

ALLEN SWEET,B,

REYES

10/27/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.082Control Test 03:20

0.000Air Blank 03:20

# 1 0.147Subject Sample 03:21

3.367Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.159Subject Sample 03:24

3.539Breath Volume 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:26

Data Download Date/Time: 11/24/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:58:5610/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

05:38

Lake County SO

BALESKI,Z

11/05/2025

28423080A4

Lake County SO

CHESSHER,SANDRA,W

HERNANDEZ

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:52

0.000Air Blank 07:52

0.080Control Test 07:53

0.000Air Blank 07:53

# 1 0.146Subject Sample 07:54

2.167Breath Volume 07:54

0.000Air Blank 07:54

0.000Air Blank 07:56

# 2 0.140Subject Sample 07:57

2.019Breath Volume 07:57

0.000Air Blank 07:58

0.079Control Test 07:58

0.000Air Blank 07:58

OKDiagnostics Check 07:58

Data Download Date/Time: 10/27/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4210/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:34

Clermont PD

URQUHART,C

11/05/2025

28423080A4

Clermont PD

MACAVOY,J,C

CAMPOS

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.080Control Test 03:57

0.000Air Blank 03:57

# 1 0.160Subject Sample 03:58

2.867Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.166Subject Sample 04:02

2.578Breath Volume 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 10/27/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:2210/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

02:47

Lake County SO

MARTIN,Z

11/05/2025

28423080A4

Lake County SO

MACAVOY,J,C

HERNANDEZ SANCHEZ

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:49

0.000Air Blank 04:49

# 1 0.185Subject Sample 04:52

4.523Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.201Subject Sample 04:56

3.867Breath Volume 04:56

0.000Air Blank 04:57

0.078Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 10/27/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:5610/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:24

Fruitland Park PD

ALLEN SWEET,B

11/05/2025

28423080A4

Fruitland Park PD

ALLEN SWEET,B,

WIDNER

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

# 1 0.152Subject Sample 01:09

1.808Breath Volume 01:09

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.143Subject Sample 01:13

1.835Breath Volume 01:13

0.000Air Blank 01:14

0.077Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 10/27/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:4910/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:00

Eustis PD

MURRAY,CHANTAL

11/05/2025

28423080A4

Eustis PD

RAPP,ERIC,G

PETTY

09/23/2025

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.131Subject Sample 02:28

2.558Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.120Subject Sample 02:31

2.003Breath Volume 02:31

0.000Air Blank 02:31

0.080Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 10/27/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:5110/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:45

Marion County SO

YOUNG,ROBERT

04/10/2028

403318190

Marion County SO

YOUNG,ROBERT,A

IHLENFELDT

09/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.081Control Test 23:56

0.000Air Blank 23:56

# 2 0.135Subject Sample 23:57

2.871Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.131Subject Sample 00:00

2.843Breath Volume 00:00

0.000Air Blank 00:00

0.080Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 10/21/2025 12:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:3610/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

01:03

Marion County SO

YOUNG,ROBERT

04/10/2028

403318190

Marion County SO

YOUNG,ROBERT,A

MILLER

09/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

# 1Subject Sample 01:30 RFI Detect

0.937Breath Volume 01:30

Air Blank 01:31 RFI Detect

0.000Air Blank 01:31

Data Download Date/Time: 10/21/2025 12:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0610/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

01:03

Marion County SO

YOUNG,ROBERT

04/10/2028

403318190

Marion County SO

YOUNG,ROBERT,A

MILLER

09/19/2025

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1 0.038Subject Sample 01:34

1.750Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:36

# 2 0.033Subject Sample 01:37

1.152Breath Volume 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 10/21/2025 12:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:24:4710/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:57

13:48

Martin County SO

THOMAS,NICHOLAS

12/05/2026

31124080A2

Martin County SO

THOMAS,NICHOLAS,A

LOAYZA

10/15/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:18

0.000Air Blank 15:19

0.079Control Test 15:19

0.000Air Blank 15:19

# 1 0.000Subject Sample 15:20

1.476Breath Volume 15:20

0.000Air Blank 15:20

0.000Air Blank 15:22

# 2 0.000Subject Sample 15:23

1.632Breath Volume 15:23

0.000Air Blank 15:23

0.080Control Test 15:24

0.000Air Blank 15:24

OKDiagnostics Check 15:24

Data Download Date/Time: 11/12/2025 17:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:5910/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

18:08

FHP Troop K

PIGG,JACOB

12/05/2026

31124080A2

FHP Troop K

PIGG,JACOB,M

LAZEAU

10/15/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.079Control Test 19:46

0.000Air Blank 19:47

# 1 0.223Subject Sample 19:50 Volume Not Met

0.300Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.238Subject Sample 19:56 Volume Not Met

0.277Breath Volume 19:56

0.000Air Blank 19:56

0.077Control Test 19:57

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 11/12/2025 17:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:3610/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

18:08

FHP Troop K

PIGG,JACOB

12/05/2026

31124080A2

FHP Troop K

PIGG,JACOB,M

LAZEAU

10/15/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.077Control Test 20:00

0.000Air Blank 20:01

# 1 0.246Subject Sample 20:04 Volume Not Met

0.242Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:06

# 2 0.248Subject Sample 20:09 Volume Not Met

0.273Breath Volume 20:09

0.000Air Blank 20:10

0.076Control Test 20:10

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 11/12/2025 17:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:1210/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:29

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

LAGASSE

10/15/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

# 1 0.000Subject Sample 03:16

3.015Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.000Subject Sample 03:19

2.898Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 11/12/2025 17:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:0710/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:38

Martin County SO

TURENE,BIKENDY

12/05/2026

31124080A2

Martin County SO

TURENE,BIKENDY,

ANDRADE REYES

10/15/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

# 1 0.154Subject Sample 02:13

1.890Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.150Subject Sample 02:18

3.125Breath Volume 02:18

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 11/12/2025 17:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:54:3810/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

17:30

17:30

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

TEST

10/15/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:53

0.000Control Test 17:54 Control Outside Tolerance

0.000Air Blank 17:54

Data Download Date/Time: 11/12/2025 17:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:2410/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

17:30

17:30

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

TEST

10/15/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:07

0.000Air Blank 18:08

0.079Control Test 18:08

0.000Air Blank 18:08

# 1 0.000Subject Sample 18:09

2.246Breath Volume 18:09

0.000Air Blank 18:09

0.000Air Blank 18:11

# 2 0.000Subject Sample 18:12

2.453Breath Volume 18:12

0.000Air Blank 18:12

0.081Control Test 18:12

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 11/12/2025 17:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:4910/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:15

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

TALERICO

10/15/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:04

# 1 0.171Subject Sample 22:07 Slope Not Level

1.246Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.176Subject Sample 22:11

1.226Breath Volume 22:11

0.000Air Blank 22:12

0.000Air Blank 22:13

# 3 0.190Subject Sample 22:14

1.269Breath Volume 22:14

0.000Air Blank 22:14

0.078Control Test 22:15

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 11/12/2025 17:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:4110/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

00:00

Martin County SO

BRADY,JASON

12/05/2026

31124080A2

FHP Troop L

DUNLOP,MATTHEW,J

TASCON OSORIO

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.078Control Test 00:12

0.000Air Blank 00:12

# 1 0.000Subject Sample 00:13

1.847Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.000Subject Sample 00:16

1.488Breath Volume 00:16

0.000Air Blank 00:16

0.079Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 10/15/2025 19:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0710/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

02:08

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

PERALTA

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

# 1 0.181Subject Sample 02:20

3.105Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.179Subject Sample 02:23

2.246Breath Volume 02:23

0.000Air Blank 02:24

0.078Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 10/15/2025 19:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:3410/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

00:10

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

WITHROW

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:16

# 1 0.154Subject Sample 00:16

2.269Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.154Subject Sample 00:20

2.140Breath Volume 00:20

0.000Air Blank 00:20

0.078Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 10/15/2025 19:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:0610/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

02:08

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

MULLEN

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

# 1 0.212Subject Sample 02:16

1.960Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.208Subject Sample 02:19

1.746Breath Volume 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 10/15/2025 19:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:2010/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

05:10

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

HOFFMANN

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

Air Blank 05:16 RFI Detect

0.000Air Blank 05:17

Data Download Date/Time: 10/15/2025 19:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:1010/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

05:10

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

HOFFMANN

09/17/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:19

0.080Control Test 05:19

0.000Air Blank 05:20

# 1 0.222Subject Sample 05:20

2.078Breath Volume 05:20

0.000Air Blank 05:21

0.000Air Blank 05:23

# 2 0.210Subject Sample 05:23

1.625Breath Volume 05:23

0.000Air Blank 05:24

0.078Control Test 05:24

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 10/15/2025 19:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:0710/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:49

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

CRISP

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:09

0.000Air Blank 20:10

0.080Control Test 20:10

0.000Air Blank 20:11

# 1 0.175Subject Sample 20:11

2.339Breath Volume 20:11

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.172Subject Sample 20:14

2.296Breath Volume 20:14

0.000Air Blank 20:15

0.080Control Test 20:15

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3210/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:41

Panama City Beach PD

DAVIS,LEANDRA

03/25/2027

403005538

Panama City Beach PD

DAVIS,LEANDRA,R

HUNTER

09/18/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1Subject Sample 02:06 No Sample Provided

0.000Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2Subject Sample 02:09 Subject Test Refused

0.000Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 10/17/2025 15:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:0110/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

22:14

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

BUYUKOLMEZ

10/17/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:35

# 1 0.195Subject Sample 22:36

1.871Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:38

# 2 0.198Subject Sample 22:39

2.175Breath Volume 22:39

0.000Air Blank 22:40

0.080Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:41

Data Download Date/Time: 10/31/2025 15:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:3410/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:51

Springfield PD

LEACH,KODY

03/25/2027

403005538

Springfield PD

LEACH,KODY,E

CRAWFORD

10/17/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

FailDiagnostics Check 20:24 Temperature Regulation Test

0.000Air Blank 20:24

Data Download Date/Time: 10/31/2025 15:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:2310/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:51

Springfield PD

LEACH,KODY

03/25/2027

403005538

Springfield PD

LEACH,KODY,E

CRAWFORD

10/17/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:27

# 1 0.224Subject Sample 20:28

1.472Breath Volume 20:28

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.216Subject Sample 20:30

1.589Breath Volume 20:30

0.000Air Blank 20:31

0.080Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 10/31/2025 15:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:4510/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:56

Panama City PD

NELSON,GARRETT

03/25/2027

403005538

Panama City PD

NELSON,GARRETT,R

PAREDES VASQUEZ

10/17/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 23:29 Temperature Regulation Test

0.000Air Blank 23:29

Data Download Date/Time: 10/31/2025 15:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:4010/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:56

Panama City PD

NELSON,GARRETT

03/25/2027

403005538

Panama City PD

NELSON,GARRETT,R

PAREDES VASQUEZ

10/17/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.081Control Test 23:33

0.000Air Blank 23:33

# 1 0.210Subject Sample 23:36 Volume Not Met

0.113Breath Volume 23:36

Air Blank 23:37 RFI Detect

Air Blank 23:37 RFI Detect

0.000Air Blank 23:37

Data Download Date/Time: 10/31/2025 15:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:1610/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:56

Panama City PD

NELSON,GARRETT

03/25/2027

403005538

Panama City PD

NELSON,GARRETT,R

PAREDES VASQUEZ

10/17/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.080Control Test 23:40

0.000Air Blank 23:40

# 1 0.234Subject Sample 23:41

1.183Breath Volume 23:41

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.214Subject Sample 23:44

1.167Breath Volume 23:44

0.000Air Blank 23:44

0.081Control Test 23:45

0.000Air Blank 23:45

FailDiagnostics Check 23:45 Temperature Regulation Test

0.000Air Blank 23:46

Data Download Date/Time: 10/31/2025 15:55

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:1410/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

21:43

Panama City PD

MURRELL,IAN

02/24/2028

2403278599

Panama City PD

KINGRY,HOBIE,R

RAILEY

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.081Control Test 22:32

0.000Air Blank 22:33

# 1 0.000Subject Sample 22:33

4.347Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.000Subject Sample 22:36

2.832Breath Volume 22:36

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:4810/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:44

Panama City PD

MURRELL,IAN

02/24/2028

2403278599

Panama City PD

CADY,ELISE,N

MELESIO HERRERA

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

# 1 0.223Subject Sample 00:25 Volume Not Met

0.015Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:27

# 2 0.288Subject Sample 00:28

2.457Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 3 0.291Subject Sample 00:32

1.929Breath Volume 00:32

0.000Air Blank 00:32

0.080Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:5010/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:33

Panama City PD

HALE,MARTIN

02/24/2028

2403278599

Panama City PD

STALNAKER,TEDDY,L

ERWIN

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:14

# 1 0.261Subject Sample 01:17

1.136Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.269Subject Sample 01:22 Volume Not Met

0.000Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 3 0.268Subject Sample 01:28 Volume Not Met

0.093Breath Volume 01:28

0.000Air Blank 01:28

0.079Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3910/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:57

Panama City PD

PALMER,SAMUEL

02/24/2028

2403278599

Panama City PD

PALMER,SAMUEL,P

ERBACHER

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:53

# 1 0.139Subject Sample 22:57 Volume Not Met

0.105Breath Volume 22:57

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.129Subject Sample 23:00

1.117Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 3 0.133Subject Sample 23:03

1.121Breath Volume 23:03

0.000Air Blank 23:03

0.080Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:4610/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:36

Panama City PD

STALNAKER,TEDDY

02/24/2028

2403278599

Panama City PD

STALNAKER,TEDDY,L

HOLMAN

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.080Control Test 23:14

0.000Air Blank 23:14

# 1 0.077Subject Sample 23:15

1.410Breath Volume 23:15

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.078Subject Sample 23:18

3.066Breath Volume 23:18

0.000Air Blank 23:18

0.079Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 10/24/2025 00:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:3210/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:25

Panama City PD

MILLER,ZACHARY

02/24/2028

2403278599

Panama City PD

NELSON,GARRETT,R

FERGUSON

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:04

# 1 0.132Subject Sample 02:05

2.304Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.128Subject Sample 02:10

1.773Breath Volume 02:10

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:2810/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

05:23

Panama City PD

CICCARELLI,RAY

02/24/2028

2403278599

Panama City PD

SOUTH,DAMIAN,W

HOLMES

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:04

0.000Air Blank 06:05

0.081Control Test 06:05

0.000Air Blank 06:06

# 1 0.182Subject Sample 06:06

4.664Breath Volume 06:06

0.000Air Blank 06:07

0.000Air Blank 06:09

# 2 0.181Subject Sample 06:10

2.035Breath Volume 06:10

0.000Air Blank 06:10

0.080Control Test 06:10

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:2410/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:32

Springfield PD

LEACH,KODY

02/24/2028

2403278599

Springfield PD

LEACH,KODY,E

BYRUM

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.082Control Test 23:07

0.000Air Blank 23:08

# 1 0.170Subject Sample 23:11

1.777Breath Volume 23:11

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.159Subject Sample 23:14

1.386Breath Volume 23:14

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0610/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

11:53

Panama City PD

CALASSO,ANTHONY

02/24/2028

2403278599

Panama City PD

CADY,ELISE,N

RIEDMAN

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.080Control Test 00:26

0.000Air Blank 00:26

# 1 0.110Subject Sample 00:27

1.351Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.111Subject Sample 00:31

1.265Breath Volume 00:31

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:2510/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:21

Panama City PD

PALMER,SAMUEL

02/24/2028

2403278599

Panama City PD

PALMER,SAMUEL,P

CARABALLO IV

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.081Control Test 21:04

0.000Air Blank 21:04

# 1 0.000Subject Sample 21:07 Volume Not Met

0.765Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.000Subject Sample 21:11

2.050Breath Volume 21:11

0.000Air Blank 21:11

0.000Air Blank 21:13

# 3 0.000Subject Sample 21:14

1.597Breath Volume 21:14

0.000Air Blank 21:14

0.080Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:0510/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:20

Panama City PD

NELSON,JADEN

02/24/2028

2403278599

Panama City PD

STALNAKER,DILLON,L

DEEDS

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

# 1 0.000Subject Sample 22:02

2.421Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.000Subject Sample 22:05

2.511Breath Volume 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:1510/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:20

Panama City PD

JONES,DANIEL

02/24/2028

2403278599

Panama City PD

JONES,DANIEL,L

MIDDLETON

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

# 1 0.216Subject Sample 02:04

2.222Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.214Subject Sample 02:07

2.136Breath Volume 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:1810/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:50

Panama City PD

JONES,DANIEL

02/24/2028

2403278599

Panama City PD

JONES,DANIEL,L

BROOKS

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.080Control Test 01:40

0.000Air Blank 01:40

# 1 0.158Subject Sample 01:41

1.148Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.164Subject Sample 01:44

1.582Breath Volume 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:3410/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:52

Panama City PD

JONES,DANIEL

02/24/2028

2403278599

Panama City PD

JONES,DANIEL,L

RAMIREZ

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.081Control Test 23:29

0.000Air Blank 23:29

# 1 0.088Subject Sample 23:30

1.128Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.102Subject Sample 23:33

2.164Breath Volume 23:33

0.000Air Blank 23:33

0.080Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3810/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:06

Panama City PD

BUZZO,H

02/24/2028

2403278599

Panama City PD

KNOBEL,EARL,L

VILLALOVOS

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

# 1 0.151Subject Sample 00:44

1.296Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.157Subject Sample 00:47

1.718Breath Volume 00:47

0.000Air Blank 00:47

0.080Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:3810/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:25

Panama City PD

ZIPF,RICHARD

02/24/2028

2403278599

Panama City PD

ZIPF,RICHAHRD,K

ADKINSON

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.104Subject Sample 22:15 Volume Not Met

0.101Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.110Subject Sample 22:21 Volume Not Met

0.531Breath Volume 22:21

0.000Air Blank 22:21

0.080Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:2210/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:25

Panama City PD

ZIPF,RICHARD

02/24/2028

2403278599

Panama City PD

ADKINSON,LEA ANN,H

ADKINSON

09/21/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.081Control Test 22:45

0.000Air Blank 22:46

# 1 0.103Subject Sample 22:49 Volume Not Met

0.902Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.104Subject Sample 22:52

1.324Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 3 0.098Subject Sample 22:55

1.210Breath Volume 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 10/24/2025 00:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:1410/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:20

Panama City PD

JONES,DANIEL

02/24/2028

2403278599

Panama City PD

JONES,DANIEL,L

SOWERS

10/23/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.081Control Test 23:07

0.000Air Blank 23:07

# 1 0.124Subject Sample 23:08

3.230Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:10

# 2 0.122Subject Sample 23:11

1.578Breath Volume 23:11

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 11/26/2025 23:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:0810/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:56

Panama City PD

NELSON,GARRETT

02/24/2028

2403278599

Panama City PD

NELSON,GARRETT,R

PAREDES VASQUEZ

10/23/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.081Control Test 00:12

0.000Air Blank 00:13

# 1Subject Sample 00:15 Subject Test Refused

0.000Breath Volume 00:15

0.000Air Blank 00:16

0.082Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 11/26/2025 23:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:2810/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:51

Panama City PD

JONES,DANIEL

02/24/2028

2403278599

Panama City PD

JONES,DANIEL,L

BLUE

10/23/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.081Control Test 01:40

0.000Air Blank 01:40

# 1 0.079Subject Sample 01:41

1.300Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:43

# 2 0.079Subject Sample 01:45

1.496Breath Volume 01:45

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 11/26/2025 23:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:4110/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:59

Panama City PD

NELSON,JADEN

02/24/2028

2403278599

Panama City PD

VIDAK,STEVEN,M

JOHNSON

10/23/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:30

0.081Control Test 06:31

0.000Air Blank 06:31

# 1 0.157Subject Sample 06:32

2.746Breath Volume 06:32

0.000Air Blank 06:32

0.000Air Blank 06:34

# 2 0.149Subject Sample 06:35

2.300Breath Volume 06:35

0.000Air Blank 06:35

0.080Control Test 06:36

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 11/26/2025 23:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:4310/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:24

Panama City PD

PALMER,SAMUEL

02/24/2028

2403278599

Panama City PD

PALMER,SAMUEL,P

STINSON

10/23/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.081Control Test 00:01

0.000Air Blank 00:01

# 1 0.118Subject Sample 00:03

1.382Breath Volume 00:03

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.112Subject Sample 00:08 Volume Not Met

0.253Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 3 0.109Subject Sample 00:13

2.031Breath Volume 00:13

0.000Air Blank 00:13

0.081Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 11/26/2025 23:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:26:4010/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:56

09:43

Panama City PD

KINGRY,HOBIE

02/24/2028

2403278599

Panama City PD

KINGRY,HOBIE,R

BRAA

10/23/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:16

0.000Air Blank 10:17

0.079Control Test 10:17

0.000Air Blank 10:18

# 1 0.270Subject Sample 10:18

1.820Breath Volume 10:18

0.000Air Blank 10:19

0.000Air Blank 10:21

# 2 0.245Subject Sample 10:22

1.808Breath Volume 10:22

0.000Air Blank 10:22

0.000Air Blank 10:24

# 3 0.233Subject Sample 10:25

1.132Breath Volume 10:25

0.000Air Blank 10:25

0.079Control Test 10:26

0.000Air Blank 10:26

OKDiagnostics Check 10:26

Data Download Date/Time: 11/26/2025 23:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:1710/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

21:12

Panama City PD

KINGRY,HOBIE

02/24/2028

2403278599

Panama City PD

KINGRY,HOBIE,R

FULLER

10/23/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:44

# 1 0.000Subject Sample 21:44

1.644Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.000Subject Sample 21:47

2.039Breath Volume 21:47

0.000Air Blank 21:48

0.081Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 11/26/2025 23:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:1310/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:12

Cape Coral PD

BILANCIONE,WAYNE

11/05/2026

26824080A1

Cape Coral PD

MARTINEZ,FRANCISCO,D

MCCLURG

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.081Control Test 21:52

0.000Air Blank 21:52

# 1 0.257Subject Sample 21:53

3.500Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.245Subject Sample 21:56

3.421Breath Volume 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 10/05/2025 03:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:5410/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:54

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

HUDOCK

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:46

# 1 0.226Subject Sample 00:47

3.292Breath Volume 00:47

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.209Subject Sample 00:50

1.851Breath Volume 00:50

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 10/05/2025 03:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4610/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:17

Cape Coral PD

GREENUP,RONNY

11/05/2026

26824080A1

Cape Coral PD

GREENUP,RONNY,

ALVAREZ

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

# 1 0.157Subject Sample 00:57

3.015Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.147Subject Sample 01:00

1.648Breath Volume 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 10/05/2025 03:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:5810/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:36

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

MOTA

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:15

# 1 0.140Subject Sample 00:16

2.492Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.139Subject Sample 00:19

2.531Breath Volume 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 10/05/2025 03:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:4810/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:26

Cape Coral PD

ARD,RYAN

11/05/2026

26824080A1

Cape Coral PD

LIZARDO,RAILY,J

VAZQUEZ MOREIRA

09/04/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.082Control Test 03:12

0.000Air Blank 03:13

# 1Subject Sample 03:15 Subject Test Refused

0.000Breath Volume 03:15

Air Blank 03:16 RFI Detect

0.000Air Blank 03:16

Data Download Date/Time: 10/05/2025 03:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:0410/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:34

Cape Coral PD

ALLEN,T

11/05/2026

26824080A1

Cape Coral PD

ALLEN,TASHA,L

LAIRD

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.082Control Test 20:21

0.000Air Blank 20:21

# 1 0.198Subject Sample 20:22

2.558Breath Volume 20:22

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2 0.196Subject Sample 20:25

2.187Breath Volume 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

Air Blank 20:26 RFI Detect

0.000Air Blank 20:27

Data Download Date/Time: 11/24/2025 19:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1810/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:44

Cape Coral PD

ALLEN,T

11/05/2026

26824080A1

Cape Coral PD

ALLEN,T,L

FLOWERS

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.082Control Test 01:16

0.000Air Blank 01:17

# 1 0.263Subject Sample 01:17

2.214Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.257Subject Sample 01:20

1.835Breath Volume 01:20

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 11/24/2025 19:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:2210/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:42

Cape Coral PD

VULICEVIC,RADOSAV

11/05/2026

26824080A1

Cape Coral PD

DELGATTI,BRADLEY,S

BARTOLOTTA

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:21

0.082Control Test 21:21

0.000Air Blank 21:22

# 1 0.285Subject Sample 21:22

3.257Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.283Subject Sample 21:25

3.269Breath Volume 21:25

0.000Air Blank 21:26

0.081Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 11/24/2025 19:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:2410/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:36

Cape Coral PD

HILL,T

11/05/2026

26824080A1

Cape Coral PD

GINTER,ERIC,M

YOUNGBLOOD

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.081Control Test 22:08

0.000Air Blank 22:09

# 1 0.070Subject Sample 22:09

2.761Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.071Subject Sample 22:12

2.789Breath Volume 22:12

0.000Air Blank 22:13

0.081Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 11/24/2025 19:33

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:5710/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:15

Cape Coral PD

VULICEVIC,RADOSAV

11/05/2026

26824080A1

Cape Coral PD

LINDEMANN,ANTHONY,M

ALLEN

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:57

0.000Air Blank 18:58

0.081Control Test 18:58

0.000Air Blank 18:59

# 1 0.073Subject Sample 19:00

2.066Breath Volume 19:00

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.069Subject Sample 19:03

2.636Breath Volume 19:03

0.000Air Blank 19:04

0.081Control Test 19:04

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:4110/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:11

Cape Coral PD

GREENUP,RONNY

11/05/2026

26824080A1

Cape Coral PD

GREENUP,RONNY,

SPISAK

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.082Control Test 22:56

0.000Air Blank 22:56

# 1 0.137Subject Sample 22:57

1.597Breath Volume 22:57

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.132Subject Sample 23:00

1.351Breath Volume 23:00

0.000Air Blank 23:00

0.081Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:2610/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:23

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

BELAVUS

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.081Control Test 01:04

0.000Air Blank 01:04

# 1 0.148Subject Sample 01:04

1.289Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.165Subject Sample 01:07

3.613Breath Volume 01:07

0.000Air Blank 01:08

0.082Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:4710/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:36

Cape Coral PD

ARNOLD,PAUL

11/05/2026

26824080A1

Cape Coral PD

GINTER,ERIC,M

AYOUB

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:27

# 1 0.164Subject Sample 04:28

3.835Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 2 0.155Subject Sample 04:31

3.019Breath Volume 04:31

0.000Air Blank 04:31

0.081Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:1710/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:03

Cape Coral PD

ALMENDAREZ,CRISTIAN

11/05/2026

26824080A1

Cape Coral PD

ENGH,WILLIAM,C

TOMASELLO

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.082Control Test 23:00

0.000Air Blank 23:01

# 1 0.139Subject Sample 23:02

1.414Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.140Subject Sample 23:05

1.453Breath Volume 23:05

0.000Air Blank 23:06

0.082Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5210/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:24

Cape Coral PD

MYERS,JUSTIN

11/05/2026

26824080A1

Cape Coral PD

MYERS,JUSTIN,L

COPSEY

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

# 1 0.179Subject Sample 02:17 Volume Not Met

0.066Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.181Subject Sample 02:22

2.035Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 3 0.174Subject Sample 02:26

2.460Breath Volume 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:15:3410/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:48

13:15

Cape Coral PD

KING,LAWRENCE

11/05/2026

26824080A1

Cape Coral PD

KING,LAWRENCE,

HALL

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:09

0.000Air Blank 14:09

0.081Control Test 14:10

0.000Air Blank 14:10

# 1 0.260Subject Sample 14:11

1.691Breath Volume 14:11

0.000Air Blank 14:11

0.000Air Blank 14:13

# 2 0.248Subject Sample 14:14

1.570Breath Volume 14:14

0.000Air Blank 14:14

0.081Control Test 14:14

0.000Air Blank 14:15

OKDiagnostics Check 14:15

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:11:0410/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:44

11:23

Cape Coral PD

KING,LAWRENCE

11/05/2026

26824080A1

Cape Coral PD

KING,LAWRENCE,

GARCIA

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:04

0.000Air Blank 12:05

0.081Control Test 12:05

0.000Air Blank 12:06

# 1 0.137Subject Sample 12:06

3.144Breath Volume 12:06

0.000Air Blank 12:07

0.000Air Blank 12:09

# 2 0.136Subject Sample 12:09

3.902Breath Volume 12:09

0.000Air Blank 12:10

0.081Control Test 12:10

0.000Air Blank 12:10

OKDiagnostics Check 12:11

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:0110/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:26

Cape Coral PD

ALMENDAREZ,CRISTIAN

11/05/2026

26824080A1

Cape Coral PD

ENGH,WILLIAM,C

HERNANDEZ

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.081Control Test 22:18

0.000Air Blank 22:18

# 1 0.000Subject Sample 22:19

1.113Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.000Subject Sample 22:22

1.207Breath Volume 22:22

0.000Air Blank 22:23

0.082Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:24

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3310/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:57

Cape Coral PD

ALMENDAREZ,CRISTIAN

11/05/2026

26824080A1

Cape Coral PD

ENGH,WILLIAM,C

GONZALEZ CORTES

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:36

# 1 0.197Subject Sample 03:38

2.601Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.183Subject Sample 03:42

2.363Breath Volume 03:42

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:3510/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:45

Cape Coral PD

GREENUP,RONNY

11/05/2026

26824080A1

Cape Coral PD

GREENUP,RONNY,

PACIULLI

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.082Control Test 21:23

0.000Air Blank 21:23

# 1 0.248Subject Sample 21:24

3.015Breath Volume 21:24

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.220Subject Sample 21:27

1.265Breath Volume 21:27

0.000Air Blank 21:27

0.000Air Blank 21:29

# 3 0.230Subject Sample 21:30

1.902Breath Volume 21:30

0.000Air Blank 21:30

0.082Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:3410/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:48

Cape Coral PD

HILL,TIN

11/05/2026

26824080A1

Cape Coral PD

GINTER,ERIC,M

MCCREE

10/05/2025

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.082Control Test 04:37

0.000Air Blank 04:37

# 1 0.112Subject Sample 04:38

2.890Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.114Subject Sample 04:42

3.753Breath Volume 04:42

0.000Air Blank 04:42

0.081Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 11/24/2025 19:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:1010/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:27

Polk County SO

HINSON,AARON

08/05/2027

17725080A1

Polk County SO

JANIAK,MALIKHI,A

LIU

09/27/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.079Control Test 22:51

0.000Air Blank 22:52

# 1 0.192Subject Sample 22:52

1.828Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.193Subject Sample 22:55

1.644Breath Volume 22:55

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 10/30/2025 06:08

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4810/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:48

Polk County SO

JANIAK,MALIKHI

08/05/2027

17725080A1

Polk County SO

JANIAK,MALIKHI,A

NAVARRO

09/27/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

# 1 0.034Subject Sample 03:03

2.871Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.035Subject Sample 03:06

2.910Breath Volume 03:06

0.000Air Blank 03:06

0.079Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 10/30/2025 06:08

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:4110/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

00:00

Polk County SO

HINSON,AARON

08/05/2027

17725080A1

Polk County SO

JANIAK,MALIKHI,A

DAVIS

09/27/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.078Control Test 00:22

0.000Air Blank 00:22

# 1 0.191Subject Sample 00:24

3.292Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.195Subject Sample 00:27

3.187Breath Volume 00:27

0.000Air Blank 00:27

0.079Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 10/30/2025 06:08

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:4710/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:16

Polk County SO

DEL MORAL,NATANAEL

08/05/2027

17725080A1

Polk County SO

JANIAK,MALIKHI,A

MEADOR

09/27/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:39

# 1 0.161Subject Sample 22:39

2.335Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.161Subject Sample 22:43

2.203Breath Volume 22:43

0.000Air Blank 22:43

0.080Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 10/30/2025 06:08

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1010/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:18

Polk County SO

JANIAK,MALIKHI

08/05/2027

17725080A1

Polk County SO

JANIAK,MALIKHI,A

KUEN

09/27/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.121Subject Sample 03:33

2.015Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.120Subject Sample 03:36

2.027Breath Volume 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 10/30/2025 06:08

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:0210/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:22

Polk County SO

DEL MORAL,NATANAEL

08/05/2027

17725080A1

Polk County SO

JANIAK,MALIKHI,A

HERNANDEZ HERNANDEZ

09/27/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.080Control Test 20:46

0.000Air Blank 20:46

# 1 0.299Subject Sample 20:47

2.628Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:49

# 2 0.293Subject Sample 20:50

1.312Breath Volume 20:50

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:52

Data Download Date/Time: 10/30/2025 06:08

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:0310/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

01:11

Polk County SO

JANIAK,MALIKHI

08/05/2027

17725080A1

Polk County SO

JANIAK,MALIKHI,A

LOPEZ JESUS

09/27/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

# 1 0.218Subject Sample 01:20

3.128Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.209Subject Sample 01:23

1.210Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:25

Data Download Date/Time: 10/30/2025 06:08

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000860CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:5410/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:30

Polk County SO

HINSON,AARON

08/05/2027

17725080A1

Polk County SO

HINSON,AARON,T

FRANKLIN

09/27/2025

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:05

0.000Air Blank 00:05

# 1Subject Sample 00:08 No Sample Provided

0.000Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2Subject Sample 00:14 No Sample Provided

0.000Breath Volume 00:14

0.000Air Blank 00:14

0.081Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 10/30/2025 06:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:0210/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

01:09

Sarasota County SO

BERRY,DEVIN

06/05/2026

10124080A2

Sarasota County SO

BERRY,DEVIN,

PRYOR

09/29/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:18

# 1 0.160Subject Sample 01:19

2.074Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:21

# 2 0.167Subject Sample 01:22

2.484Breath Volume 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:24

Data Download Date/Time: 10/31/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:1810/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:39

Sarasota County SO

BERRY,DEVIN

06/05/2026

10124080A2

Sarasota County SO

BERRY,DEVIN,

MEZADIEGO

09/29/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.078Control Test 00:49

0.000Air Blank 00:49

# 1 0.154Subject Sample 00:53 Volume Not Met

0.378Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.173Subject Sample 00:56

1.929Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 3 0.182Subject Sample 00:59

1.878Breath Volume 00:59

0.000Air Blank 01:00

0.078Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 10/31/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:0710/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

20:58

Sarasota County SO

BERRY,DEVIN

06/05/2026

08223080A2

Sarasota County SO

BERRY,DEVIN,

KEY

09/29/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.080Control Test 21:07

0.000Air Blank 21:07

# 1 0.025Subject Sample 21:08

2.011Breath Volume 21:08

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.021Subject Sample 21:11

2.136Breath Volume 21:11

0.000Air Blank 21:11

0.079Control Test 21:12

0.000Air Blank 21:12

FailDiagnostics Check 21:12 Voltage/Current Test

0.000Air Blank 21:13

Data Download Date/Time: 10/31/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:5810/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

22:10

Sarasota County SO

BERRY,DEVIN

06/05/2026

10124080A2

Sarasota County SO

BERRY,DEVIN,

ALLISON

09/29/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:18

# 1 0.167Subject Sample 22:19

2.171Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:21

# 2 0.167Subject Sample 22:22

2.148Breath Volume 22:22

0.000Air Blank 22:23

0.078Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 10/31/2025 12:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:20:3110/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:53

15:53

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

10/02/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:14

0.000Air Blank 16:15

0.082Control Test 16:15

0.000Air Blank 16:15

# 1 0.000Subject Sample 16:16

3.187Breath Volume 16:16

0.000Air Blank 16:16

0.000Air Blank 16:18

# 2 0.000Subject Sample 16:19

2.812Breath Volume 16:19

0.000Air Blank 16:19

0.083Control Test 16:19

0.000Air Blank 16:20

OKDiagnostics Check 16:20

Data Download Date/Time: 11/25/2025 02:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:2110/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

17:24

00:00

Blountstown PD

DAVIS,MARIJANE

01/29/2027

402956578

Blountstown PD

DAVIS,MARIJANE,E

ROBERT

10/02/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:47

0.000Air Blank 17:47

0.083Control Test 17:47

0.000Air Blank 17:48

# 1 0.000Subject Sample 17:48

3.246Breath Volume 17:48

0.000Air Blank 17:49

0.000Air Blank 17:51

# 2 0.000Subject Sample 17:51

1.914Breath Volume 17:51

Air Blank 17:51 RFI Detect

0.000Air Blank 17:52

Data Download Date/Time: 11/25/2025 02:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:04:5010/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:32

10:28

Blountstown PD

DAVIS,MARIJANE

01/29/2027

402956578

Blountstown PD

DAVIS,MARIJANE,E

MAPLES

10/02/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:58

0.000Air Blank 10:59

0.079Control Test 10:59

0.000Air Blank 11:00

# 1 0.190Subject Sample 11:00

2.515Breath Volume 11:00

0.000Air Blank 11:01

0.000Air Blank 11:02

# 2 0.192Subject Sample 11:03

1.769Breath Volume 11:03

0.000Air Blank 11:03

0.078Control Test 11:04

0.000Air Blank 11:04

OKDiagnostics Check 11:04

Data Download Date/Time: 11/25/2025 02:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.


