
80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:5505/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:20

Nassau County SO

DILL,T

03/05/2026

04924080A4

Nassau County SO

LAWSON,H,G

CLARK

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.078Control Test 23:42

0.000Air Blank 23:43

# 1 0.214Subject Sample 23:46

1.132Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:48

# 2 0.206Subject Sample 23:50

2.031Breath Volume 23:50

0.000Air Blank 23:50

0.074Control Test 23:51 Control Outside Tolerance

0.000Air Blank 23:51

Data Download Date/Time: 05/30/2025 02:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:4105/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:17

Nassau County SO

WOODS,W

03/05/2026

04924080A4

Nassau County SO

MCCORMACK,ZACHARY,T

BURDETTE

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.078Control Test 00:25

0.000Air Blank 00:25

# 1 0.066Subject Sample 00:26

1.460Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.069Subject Sample 00:29

1.371Breath Volume 00:29

0.000Air Blank 00:29

0.078Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 05/30/2025 02:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:5205/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:44

Nassau County SO

PERALTA,C

03/05/2026

04924080A4

Nassau County SO

HOWARD,A,N

LOUREIRO

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.078Control Test 22:51

0.000Air Blank 22:52

# 1 0.156Subject Sample 22:55 Volume Not Met

0.925Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:57

# 2 0.137Subject Sample 23:00 Volume Not Met

0.472Breath Volume 23:00

0.000Air Blank 23:01

0.076Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 05/30/2025 02:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0005/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:20

Nassau County SO

SELMANOVIC,Z

03/05/2026

04924080A4

Nassau County SO

MONTES,JOSEAS,I

WILLIAMS

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.077Control Test 02:12

0.000Air Blank 02:12

# 1 0.000Subject Sample 02:13

1.949Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.000Subject Sample 02:16

1.195Breath Volume 02:16

0.000Air Blank 02:17

0.078Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:18

Data Download Date/Time: 05/30/2025 02:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:0905/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:51

16:26

Nassau County SO

WISSING,C

03/05/2026

04924080A4

FL Dept of AG

WILKES,B,T

ROCHE-VARGAS

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:19

0.000Air Blank 17:20

0.078Control Test 17:20

0.000Air Blank 17:21

# 1 0.148Subject Sample 17:22

2.039Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:24

# 2 0.152Subject Sample 17:25

1.601Breath Volume 17:25

0.000Air Blank 17:26

0.076Control Test 17:26

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 05/30/2025 02:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:5105/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

18:13

Nassau County SO

THORNBURG,R

03/05/2026

04924080A4

Nassau County SO

DAVIS,B,A

WILSON

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.078Control Test 19:27

0.000Air Blank 19:28

# 1 0.096Subject Sample 19:29

1.539Breath Volume 19:29

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.092Subject Sample 19:32

1.882Breath Volume 19:32

0.000Air Blank 19:32

0.078Control Test 19:33

0.000Air Blank 19:33

OKDiagnostics Check 19:33

Data Download Date/Time: 05/30/2025 02:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2305/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:06

Nassau County SO

MURTO,T

03/05/2026

04924080A4

Nassau County SO

PASTRANA,T,J

PETERSON

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:07

# 1 0.159Subject Sample 02:08

1.597Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.158Subject Sample 02:12

1.503Breath Volume 02:12

0.000Air Blank 02:13

0.076Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 05/30/2025 02:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:5205/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:14

Nassau County SO

WOODS,W

03/05/2026

04924080A4

Nassau County SO

PASTRANA,T,J

CONNER

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:23

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.077Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 05/30/2025 02:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:3205/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:22

Nassau County SO

THORNBURG,R

03/05/2026

04924080A4

Nassau County SO

PASTRANA,T,J

FOREST

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.078Control Test 04:52

0.000Air Blank 04:52

# 1Subject Sample 04:53 Subject Test Refused

0.000Breath Volume 04:53

0.000Air Blank 04:53

0.077Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 05/30/2025 02:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:1705/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:48

Nassau County SO

THORNBURG,R

03/05/2026

04924080A4

Nassau County SO

DAVIS,B,A

BOWEN

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.078Control Test 04:50

0.000Air Blank 04:51

# 1 0.000Subject Sample 04:52

1.144Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.000Subject Sample 04:57

1.152Breath Volume 04:57

0.000Air Blank 04:58

0.078Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 05/30/2025 02:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:1905/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:03

Nassau County SO

ENNIS,J

03/05/2026

04924080A4

Nassau County SO

HINSON,JAKOB,M

SMELTZ

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.078Control Test 20:25

0.000Air Blank 20:25

# 1 0.160Subject Sample 20:26

3.695Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.163Subject Sample 20:29

2.859Breath Volume 20:29

0.000Air Blank 20:30

0.077Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 05/30/2025 02:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4005/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:29

Nassau County SO

SELMANOVIC,A

03/05/2026

04924080A4

Nassau County SO

HINSON,JAKOB,M

BOWDEN

04/30/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.078Control Test 03:21

0.000Air Blank 03:21

# 1 0.187Subject Sample 03:23

2.636Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.184Subject Sample 03:26

2.820Breath Volume 03:26

0.000Air Blank 03:26

0.077Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 05/30/2025 02:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:42:2305/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:06

09:00

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

MANZANO MELENDEZ

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:36

0.000Air Blank 09:36

0.079Control Test 09:37

0.000Air Blank 09:37

# 1 0.000Subject Sample 09:38

1.906Breath Volume 09:38

0.000Air Blank 09:38

0.000Air Blank 09:40

# 2 0.000Subject Sample 09:41

1.562Breath Volume 09:41

0.000Air Blank 09:41

0.080Control Test 09:41

0.000Air Blank 09:42

OKDiagnostics Check 09:42

Data Download Date/Time: 05/02/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:55:5605/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:05

09:00

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

SPENCER

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:49

0.000Air Blank 09:50

0.079Control Test 09:50

0.000Air Blank 09:51

# 1 0.000Subject Sample 09:51

1.128Breath Volume 09:51

0.000Air Blank 09:52

0.000Air Blank 09:54

# 2 0.000Subject Sample 09:54

1.222Breath Volume 09:54

0.000Air Blank 09:55

0.079Control Test 09:55

0.000Air Blank 09:55

OKDiagnostics Check 09:55

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:23:0505/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:05

09:00

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

KENNEDY

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:16

0.000Air Blank 10:17

0.079Control Test 10:17

0.000Air Blank 10:18

# 1 0.000Subject Sample 10:18

1.304Breath Volume 10:18

0.000Air Blank 10:19

0.000Air Blank 10:21

# 2 0.000Subject Sample 10:21

1.628Breath Volume 10:21

0.000Air Blank 10:22

0.079Control Test 10:22

0.000Air Blank 10:22

OKDiagnostics Check 10:23

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:36:1305/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:15

09:10

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

KENNETH

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:30

0.000Air Blank 10:30

0.080Control Test 10:31

0.000Air Blank 10:31

# 1 0.000Subject Sample 10:32

2.410Breath Volume 10:32

0.000Air Blank 10:32

0.000Air Blank 10:34

# 2 0.000Subject Sample 10:34

2.035Breath Volume 10:34

0.000Air Blank 10:35

0.079Control Test 10:35

0.000Air Blank 10:36

OKDiagnostics Check 10:36

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:06:3805/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:30

09:20

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

CARR

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:00

0.000Air Blank 11:01

0.080Control Test 11:01

0.000Air Blank 11:02

# 1 0.000Subject Sample 11:02

1.828Breath Volume 11:02

0.000Air Blank 11:02

0.000Air Blank 11:04

# 2 0.000Subject Sample 11:05

1.824Breath Volume 11:05

0.000Air Blank 11:05

0.079Control Test 11:06

0.000Air Blank 11:06

OKDiagnostics Check 11:06

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:46:2605/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

12:03

12:00

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

ORTIZ

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:40

0.000Air Blank 12:41

0.080Control Test 12:41

0.000Air Blank 12:41

# 1 0.000Subject Sample 12:42

1.914Breath Volume 12:42

0.000Air Blank 12:42

0.000Air Blank 12:44

# 2 0.000Subject Sample 12:45

1.546Breath Volume 12:45

0.000Air Blank 12:45

0.080Control Test 12:45

0.000Air Blank 12:46

OKDiagnostics Check 12:46

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:45:2105/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

13:55

13:50

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

COIL

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:39

0.000Air Blank 14:39

0.079Control Test 14:40

0.000Air Blank 14:40

# 1 0.000Subject Sample 14:41

2.707Breath Volume 14:41

0.000Air Blank 14:41

0.000Air Blank 14:43

# 2 0.000Subject Sample 14:44

2.351Breath Volume 14:44

0.000Air Blank 14:44

0.079Control Test 14:44

0.000Air Blank 14:45

OKDiagnostics Check 14:45

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:58:5405/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

14:03

13:57

Haines City PD

EVANS,STEVEN

06/05/2026

403056709

Haines City PD

EVANS,STEVEN,J

CEDENO CEDENO

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:53

0.000Air Blank 14:53

0.079Control Test 14:53

0.000Air Blank 14:54

# 1 0.000Subject Sample 14:54

2.496Breath Volume 14:54

0.000Air Blank 14:55

0.000Air Blank 14:57

# 2 0.000Subject Sample 14:57

2.218Breath Volume 14:57

0.000Air Blank 14:58

0.080Control Test 14:58

0.000Air Blank 14:58

OKDiagnostics Check 14:58

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:21:2705/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:00

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

HUGHEY

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:20

0.000Air Blank 09:20

0.000Control Test 09:20 RFI Detect

0.000Air Blank 09:21

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:30:4005/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:00

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

HUGHEY

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:24

0.000Air Blank 09:25

0.079Control Test 09:25

0.000Air Blank 09:25

# 1 0.000Subject Sample 09:26

1.437Breath Volume 09:26

0.000Air Blank 09:26

0.000Air Blank 09:28

# 2 0.000Subject Sample 09:29

1.355Breath Volume 09:29

0.000Air Blank 09:29

0.078Control Test 09:30

0.000Air Blank 09:30

OKDiagnostics Check 09:30

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:47:0905/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:20

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

HARVEY

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:40

0.000Air Blank 10:40

0.079Control Test 10:41

0.000Air Blank 10:41

# 1 0.000Subject Sample 10:42

1.195Breath Volume 10:42

0.000Air Blank 10:43

0.000Air Blank 10:45

# 2 0.000Subject Sample 10:45

1.152Breath Volume 10:45

0.000Air Blank 10:46

0.078Control Test 10:46

0.000Air Blank 10:47

OKDiagnostics Check 10:47

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:38:4505/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:11

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

ROSARIO

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:31

0.000Air Blank 11:31

0.080Control Test 11:32

0.000Air Blank 11:32

# 1 0.000Subject Sample 11:34

1.179Breath Volume 11:34

0.000Air Blank 11:34

0.000Air Blank 11:36

# 2 0.000Subject Sample 11:37

1.273Breath Volume 11:37

0.000Air Blank 11:37

0.078Control Test 11:38

0.000Air Blank 11:38

OKDiagnostics Check 11:38

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:4105/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:37

00:00

Haines City PD

N/A,N/A

06/05/2026

403056709

Haines City PD

HICKS,DANIEL,N

ARBELAEZ

04/02/2025

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:57

0.000Air Blank 11:58

0.079Control Test 11:58

0.000Air Blank 11:59

# 1 0.000Subject Sample 11:59

1.304Breath Volume 11:59

0.000Air Blank 11:59

0.000Air Blank 12:01

# 2 0.000Subject Sample 12:02

1.402Breath Volume 12:02

0.000Air Blank 12:02

0.078Control Test 12:03

0.000Air Blank 12:03

OKDiagnostics Check 12:03

Data Download Date/Time: 05/02/2025 17:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:2605/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:33

Okaloosa County SO

REEDER,GRACEY

06/27/2026

427835527

Okaloosa County SO

THOMASON,TYLER,J

CASTELLON

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

# 1 0.200Subject Sample 05:23

2.488Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.205Subject Sample 05:26

1.269Breath Volume 05:26

0.000Air Blank 05:27

0.076Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:1305/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:43

FHP Troop A

COOK,RUSSELL

12/22/2025

402623828

FHP Troop A

COOK,RUSSELL,L

WOOD

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

# 1 0.214Subject Sample 04:02

2.863Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.208Subject Sample 04:05

2.945Breath Volume 04:05

0.000Air Blank 04:06

0.076Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:3905/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:07

Okaloosa County SO

KING,RYAN

12/22/2025

402623828

Okaloosa County SO

MILLER,JERRY,L

HARMON

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.078Control Test 06:13

0.000Air Blank 06:13

# 1Subject Sample 06:14 Subject Test Refused

0.000Breath Volume 06:14

0.000Air Blank 06:14

0.077Control Test 06:15

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1405/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

00:54

Okaloosa County SO

REGISTER,JASON

12/22/2025

402623828

Okaloosa County SO

REGISTER,JASON,H

NETTLES

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.078Control Test 02:26

0.000Air Blank 02:27

# 1Subject Sample 02:30 No Sample Provided

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.000Subject Sample 02:33

1.750Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 3 0.000Subject Sample 02:36

1.804Breath Volume 02:36

0.000Air Blank 02:37

0.078Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:52:1805/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

14:48

FHP Troop A

COOK,RUSSELL

12/22/2025

402623828

FHP Troop A

COOK,RUSSELL,L

DAWSON

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:45

0.000Air Blank 16:46

0.077Control Test 16:46

0.000Air Blank 16:47

# 1 0.334Subject Sample 16:47

3.507Breath Volume 16:47

0.000Air Blank 16:48

0.000Air Blank 16:50

# 2 0.323Subject Sample 16:50

3.035Breath Volume 16:50

0.000Air Blank 16:51

0.076Control Test 16:51

0.000Air Blank 16:52

OKDiagnostics Check 16:52

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:2605/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:56

Okaloosa County SO

BROWNSON,JORDAN

06/27/2026

402783527

Okaloosa County SO

THOMASON,TYLER,J

HARTZELL

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.077Control Test 04:06

0.000Air Blank 04:06

# 1Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.076Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:3505/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

15:16

FHP Troop A

JACOBSON,KARSON

12/22/2025

402623828

FHP Troop A

JACOBSON,KARSON,J

YOUNG

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:20

0.000Air Blank 17:20

0.078Control Test 17:21

0.000Air Blank 17:21

# 1 0.155Subject Sample 17:22

2.675Breath Volume 17:22

0.000Air Blank 17:22

0.000Air Blank 17:24

# 2 0.142Subject Sample 17:25

1.554Breath Volume 17:25

0.000Air Blank 17:25

0.077Control Test 17:25

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2805/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:45

Okaloosa County SO

ESNEUL,MICHAEL

12/22/2025

402623828

Okaloosa County SO

ESNEUL,MICHAEL,J

FOURNIER

04/24/2025

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:31

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.077Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 05/30/2025 13:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:1405/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:13

FHP Troop A

MCDOWELL,MICHAEL

05/28/2027

403056709

FHP Troop A

MCDOWELL,MICHAEL,J

STEPANEK

05/12/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.079Control Test 20:09

0.000Air Blank 20:09

# 1Subject Sample 20:09 RFI Detect

0.000Breath Volume 20:09

0.000Air Blank 20:10

0.079Control Test 20:10

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 06/28/2025 20:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:4605/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:13

FHP Troop A

MCDOWELL,MICHAEL

05/28/2027

403056709

FHP Troop A

MCDOWELL,MICHAEL,J

STEPANEK

05/12/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:13

0.000Air Blank 20:14

0.079Control Test 20:14

0.000Air Blank 20:14

# 1Subject Sample 20:15 Subject Test Refused

0.000Breath Volume 20:15

0.000Air Blank 20:15

0.080Control Test 20:16

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 06/28/2025 20:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:1505/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:03

FHP Troop A

MCDOWELL,MICHAEL

05/28/2027

403056709

FHP Troop A

MCDOWELL,MICHAEL,J

STEPHENSON

05/12/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:58

# 1 0.252Subject Sample 22:59

1.781Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.267Subject Sample 23:04

1.777Breath Volume 23:04

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 06/28/2025 20:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:3305/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:14

18:50

FHP Troop A

MCDOWELL,MICHAEL

05/28/2027

403056709

FHP Troop A

MCDOWELL,MICHAEL,J

HOWARD

05/12/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:35

0.000Air Blank 20:35

0.079Control Test 20:36

0.000Air Blank 20:36

# 1 0.171Subject Sample 20:37

3.363Breath Volume 20:37

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.156Subject Sample 20:40

1.691Breath Volume 20:40

0.000Air Blank 20:40

0.079Control Test 20:40

0.000Air Blank 20:41

OKDiagnostics Check 20:41

Data Download Date/Time: 06/28/2025 20:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:4205/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:33

17:05

FHP Troop A

MCDOWELL,MICHAEL

05/28/2027

403056709

FHP Troop A

MCDOWELL,MICHAEL,J

PEPPLES

05/12/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.078Control Test 17:59

0.000Air Blank 17:59

# 1 0.245Subject Sample 18:02

1.808Breath Volume 18:02

0.000Air Blank 18:03

0.000Air Blank 18:04

# 2 0.245Subject Sample 18:06

1.886Breath Volume 18:06

0.000Air Blank 18:06

0.078Control Test 18:07

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 06/28/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:5805/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

17:59

Jackson County SO

BACHELIER,GILBERT

05/28/2027

403056709

Jackson County SO

BUSICK,ROBERT,C

MCDANIEL

05/12/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.078Control Test 18:52

0.000Air Blank 18:53

# 1Subject Sample 18:53 Subject Test Refused

0.000Breath Volume 18:53

0.000Air Blank 18:54

0.078Control Test 18:54

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 06/28/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:3205/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:10

Alachua County SO

PAVLICH,GARRETT

03/05/2026

01524080A4

Alachua County SO

LITZKOW,CARLTON,D

DESUE

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:08

# 1Subject Sample 01:11 No Sample Provided

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2Subject Sample 01:17 No Sample Provided

0.000Breath Volume 01:17

0.000Air Blank 01:17

0.081Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 05/20/2025 13:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2005/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:10

Gainesville PD

JIN,KEVIN

03/05/2026

01524080A4

Gainesville PD

ALVIN,TOMMY,L

CRAWFORD

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 05/20/2025 13:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0105/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:41

Alachua County SO

MAHARAJ,KRISHNA

03/05/2026

01524080A4

Alachua County SO

MAHARAJ,KRISHNA,H

NICHOLSON

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.081Control Test 03:27

0.000Air Blank 03:28

# 1 0.170Subject Sample 03:28

2.562Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.158Subject Sample 03:31

1.621Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:33

Data Download Date/Time: 05/20/2025 13:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:2905/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:21

17:49

Alachua County SO

MINAYA,AYANIA

03/05/2026

01524080A4

Alachua County SO

COPPOCK,JOEL,S

GALEAS-LOPEZ

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

# 1 0.147Subject Sample 18:45

1.710Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:48

# 2 0.154Subject Sample 18:49

1.238Breath Volume 18:49

0.000Air Blank 18:50

0.081Control Test 18:50

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 05/20/2025 13:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:3005/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:15

FHP Troop B

EVANS,RONALD

03/05/2026

01524080A4

FHP Troop B

EVANS,RONALD,J

REED

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

# 1 0.200Subject Sample 04:17

4.589Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.201Subject Sample 04:20

4.339Breath Volume 04:20

0.000Air Blank 04:21

0.081Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 05/20/2025 13:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5405/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:38

FHP Troop B

ALEXANDER,DENZEL

03/05/2026

01524080A4

FHP Troop B

ALEXANDER,DENZEL,A

VITAL

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1Subject Sample 04:11 RFI Detect

0.269Breath Volume 04:11

0.000Air Blank 04:11

0.080Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 05/20/2025 13:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:3805/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:38

FHP Troop B

ALEXANDER,DENZEL

03/05/2026

01524080A4

FHP Troop B

ALEXANDER,DENZEL,A

VITAL

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

# 1Subject Sample 04:16 RFI Detect

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 05/20/2025 13:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:2105/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:38

FHP Troop B

ALEXANDER,DENZEL

03/05/2026

01524080A4

FHP Troop B

ALEXANDER,DENZEL,A

VITAL

04/01/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.081Control Test 04:21

0.000Air Blank 04:21

# 1 0.126Subject Sample 04:22

2.957Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.118Subject Sample 04:24

2.585Breath Volume 04:24

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 05/20/2025 13:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:34:2005/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:47

05:04

Alachua County SO

MORRIS,ERIC

03/05/2026

01524080A4

Alachua County SO

HARRIS,DILLON,J

DELGADO

05/20/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:23

0.000Air Blank 06:23

0.082Control Test 06:23

0.000Air Blank 06:24

# 1Subject Sample 06:27 No Sample Provided

0.000Breath Volume 06:27

0.000Air Blank 06:27

0.000Air Blank 06:29

# 2Subject Sample 06:32 No Sample Provided

0.000Breath Volume 06:32

0.000Air Blank 06:33

0.081Control Test 06:33

0.000Air Blank 06:34

OKDiagnostics Check 06:34

Data Download Date/Time: 06/02/2025 12:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:58:0305/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:31

12:49

FHP Troop B

PRIETO,KENNETH

03/05/2026

01524080A4

FHP Troop B

PRIETO,KENNETH,J

MARTIN

05/20/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:52

0.000Air Blank 13:52

0.081Control Test 13:52

0.000Air Blank 13:53

# 1 0.026Subject Sample 13:53

1.488Breath Volume 13:53

0.000Air Blank 13:54

0.000Air Blank 13:56

# 2 0.027Subject Sample 13:56

1.105Breath Volume 13:56

0.000Air Blank 13:57

0.081Control Test 13:57

0.000Air Blank 13:57

OKDiagnostics Check 13:58

Data Download Date/Time: 06/02/2025 12:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:0505/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

22:37

Alachua County SO

JONES,KAMARI

03/05/2026

01524080A4

Alachua County SO

KRAMER,JOSHUA,B

GARCIA

05/20/2025

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:25

# 1Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:28

Data Download Date/Time: 06/02/2025 12:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:3905/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:52

Santa Rosa County SO

ALBRECHT,SYDNEY

10/03/2025

402558895

Santa Rosa County SO

WARD,STANLEY,E

MORRISON

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.082Control Test 22:30

0.000Air Blank 22:31

# 1Subject Sample 22:31 Subject Test Refused

0.000Breath Volume 22:31

0.000Air Blank 22:31

0.083Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 06/06/2025 05:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:23:5805/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

14:03

Milton PD

LEWIS,TIAUNNA

01/29/2027

402956578

Milton PD

LEWIS,TIAUNNA,R

GUNSCH

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:12

0.000Air Blank 15:13

0.081Control Test 15:13

0.000Air Blank 15:13

# 1Subject Sample 15:17 No Sample Provided

0.000Breath Volume 15:17

0.000Air Blank 15:17

0.000Air Blank 15:19

# 2Subject Sample 15:22 No Sample Provided

0.000Breath Volume 15:22

0.000Air Blank 15:23

0.081Control Test 15:23

0.000Air Blank 15:23

OKDiagnostics Check 15:23

Data Download Date/Time: 06/06/2025 05:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5905/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:30

Santa Rosa County SO

MABRIE,TYLER

10/03/2025

402558895

Santa Rosa County SO

LOPEZ,BRIAN,T

FERGUSON

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.081Control Test 02:20

0.000Air Blank 02:20

# 1Subject Sample 02:23 No Sample Provided

0.000Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2Subject Sample 02:26 Subject Test Refused

0.000Breath Volume 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 06/06/2025 05:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0405/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:14

Santa Rosa County SO

ZOLLER,J

10/03/2025

402558895

Santa Rosa County SO

ZOLLR,J,G

KYSER

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.082Control Test 22:49

0.000Air Blank 22:49

# 1 0.000Subject Sample 22:51

3.132Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.000Subject Sample 22:54

2.808Breath Volume 22:54

0.000Air Blank 22:55

0.082Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:56

Data Download Date/Time: 06/06/2025 05:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:14:5405/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:47

15:11

FHP Troop A

FORTENBERRY,ZACHARY

10/03/2025

402558895

FHP Troop A

FORTENBERRY,ZACHARY,T

HOWTON

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:07

0.000Air Blank 16:07

0.081Control Test 16:08

0.000Air Blank 16:08

# 1 0.252Subject Sample 16:09

1.171Breath Volume 16:09

0.000Air Blank 16:10

0.000Air Blank 16:12

# 2 0.245Subject Sample 16:13

1.558Breath Volume 16:13

0.000Air Blank 16:13

0.079Control Test 16:14

0.000Air Blank 16:14

OKDiagnostics Check 16:14

Data Download Date/Time: 06/06/2025 05:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:5005/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:18

Santa Rosa County SO

WOODS,KENNETH

10/03/2025

402558895

Santa Rosa County SO

WARD,STANLEY,E

LOSIENIECKI

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

# 1Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:03

0.082Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 06/06/2025 05:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:4505/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:27

17:22

Santa Rosa County SO

CAREY,ANDREW

01/29/2027

402956578

Santa Rosa County SO

CAREY,ANDREW,S

BALDWIN

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:48

0.000Air Blank 18:49

0.082Control Test 18:49

0.000Air Blank 18:50

# 1 0.000Subject Sample 18:51

2.042Breath Volume 18:51

0.000Air Blank 18:51

0.000Air Blank 18:53

# 2 0.000Subject Sample 18:54

1.992Breath Volume 18:54

0.000Air Blank 18:54

0.083Control Test 18:55

0.000Air Blank 18:55

OKDiagnostics Check 18:55

Data Download Date/Time: 06/06/2025 05:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1405/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:13

Santa Rosa County SO

CORNMAN,KEVIN

01/29/2027

402956578

Santa Rosa County SO

CORNMAN,KEVIN,J

GALLOWAY

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.082Control Test 00:59

0.000Air Blank 00:59

# 1 0.194Subject Sample 01:00

1.976Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.209Subject Sample 01:03

2.562Breath Volume 01:03

0.000Air Blank 01:04

0.082Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:2305/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:14

Santa Rosa County SO

ODDO,ISAIAH

10/03/2025

402558895

Santa Rosa County SO

ODDO,ISAIAH,J

GALLEGOS

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.082Control Test 02:57

0.000Air Blank 02:57

# 1 0.000Subject Sample 02:58

2.867Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.000Subject Sample 03:02

2.292Breath Volume 03:02

0.000Air Blank 03:02

0.081Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1805/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:36

Santa Rosa County SO

AGUIRRE,JOSE

10/03/2025

402558895

Santa Rosa County SO

STEPHENSON,PATRICK,W

OSORTO OHARE

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.082Control Test 23:22

0.000Air Blank 23:22

# 1Subject Sample 23:26 No Sample Provided

0.000Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.093Subject Sample 23:31 Volume Not Met

0.558Breath Volume 23:31

0.000Air Blank 23:32

0.082Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:0505/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:36

Santa Rosa County SO

AGUIRRE,JOSE

10/03/2025

402558895

Santa Rosa County SO

STEPHENSON,PATRICK,W

OSORTO OHARE

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.081Control Test 23:40

0.000Air Blank 23:41

# 1 0.109Subject Sample 23:42

1.140Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:44

# 2 0.103Subject Sample 23:45

1.281Breath Volume 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:3105/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:20

FHP Troop A

PIAGET,PHILIP

10/03/2025

402558895

FHP Troop A

PIAGET,PHILIP,T

BELTON

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.082Control Test 23:19

0.000Air Blank 23:19

# 1 0.172Subject Sample 23:20

1.871Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.179Subject Sample 23:23

1.699Breath Volume 23:23

0.000Air Blank 23:24

0.082Control Test 23:24

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:2105/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:58

Santa Rosa County SO

NAY,MICHAEL

01/29/2027

402956578

Santa Rosa County SO

CAREY,ANDREW,S

DAVIS JR

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.082Control Test 02:50

0.000Air Blank 02:50

# 1 0.101Subject Sample 02:52

2.656Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.102Subject Sample 02:55

2.523Breath Volume 02:55

0.000Air Blank 02:56

0.082Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:42:2505/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

17:51

FHP Troop A

BABEL,NICHOLAS

10/03/2025

402558895

FHP Troop A

BABEL,NICHOLAS,S

CHEWNING

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.082Control Test 18:36

0.000Air Blank 18:36

# 1 0.194Subject Sample 18:37

1.468Breath Volume 18:37

0.000Air Blank 18:37

0.000Air Blank 18:39

# 2 0.181Subject Sample 18:40

1.339Breath Volume 18:40

0.000Air Blank 18:41

0.081Control Test 18:41

0.000Air Blank 18:42

OKDiagnostics Check 18:42

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:2705/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:49

FHP Troop A

JABLONSKI,MARK

10/03/2025

402558895

FHP Troop A

JABLONSKI,MARK,A

KLAMER

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.082Control Test 02:52

0.000Air Blank 02:52

# 1 0.129Subject Sample 02:54

1.292Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:56

# 2 0.124Subject Sample 03:00 Volume Not Met

0.109Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 3 0.109Subject Sample 03:05 Volume Not Met

0.054Breath Volume 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:0605/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:47

Santa Rosa County SO

WATERS,CALEB

10/03/2025

402558895

Santa Rosa County SO

GULLEDGE,JOHN,L

BRUNER

05/05/2025

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.081Control Test 19:02

0.000Air Blank 19:02

# 1Subject Sample 19:02 Subject Test Refused

0.000Breath Volume 19:02

0.000Air Blank 19:03

0.081Control Test 19:03

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 06/06/2025 05:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:2705/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

20:28

Columbia County SO

GONZALEZ,JUAN

03/05/2026

04924080A5

Lake City PD

COLE,D'ANDRA,M

RITCH

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1 0.045Subject Sample 23:28

1.984Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.043Subject Sample 23:30

1.683Breath Volume 23:30

0.000Air Blank 23:31

0.078Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 05/28/2025 10:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3905/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:42

Lake City PD

KIMBLE,K

03/05/2026

04924080A5

Columbia County SO

PLEMMONS,L,M

BRANDT

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

# 1 0.098Subject Sample 23:41

2.832Breath Volume 23:41

Air Blank 23:42 RFI Detect

0.000Air Blank 23:42

0.079Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 05/28/2025 10:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:4505/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:42

Lake City PD

KIMBLE,K

03/05/2026

04924080A5

Columbia County SO

PLEMMONS,L,M

BRANDT

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.079Control Test 23:46

0.000Air Blank 23:46

# 1 0.097Subject Sample 23:47

2.660Breath Volume 23:47

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.093Subject Sample 23:50

3.003Breath Volume 23:50

0.000Air Blank 23:50

0.073Control Test 23:51 Control Outside Tolerance

0.000Air Blank 23:51

Data Download Date/Time: 05/28/2025 10:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:5905/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:45

FHP Troop B

SINGLETARY,MATHEW

03/05/2026

04924080A5

FHP Troop B

SINGLETARY,MATHEW,C

DUNNING

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:36

0.000Air Blank 16:36

0.079Control Test 16:36

0.000Air Blank 16:37

# 1 0.008Subject Sample 16:37

1.738Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.008Subject Sample 16:41

2.171Breath Volume 16:41

0.000Air Blank 16:42

0.079Control Test 16:42

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 05/28/2025 10:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:33:0405/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:48

14:28

Lake City PD

FERRO,MARCEL

03/05/2026

04924080A5

Lake City PD

FERRO,MARCEL,

CASTAGNA

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:26

0.000Air Blank 16:27

0.079Control Test 16:27

0.000Air Blank 16:27

# 1 0.137Subject Sample 16:28

1.683Breath Volume 16:28

0.000Air Blank 16:29

0.000Air Blank 16:31

# 2 0.139Subject Sample 16:31

1.632Breath Volume 16:31

0.000Air Blank 16:32

0.076Control Test 16:32

0.000Air Blank 16:32

OKDiagnostics Check 16:33

Data Download Date/Time: 05/28/2025 10:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:0105/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

20:49

Lake City PD

SHEPPARD,TYRONE

03/05/2026

04924080A5

Lake City PD

MILLIGAN,CONNIE,A

CAMPANELLO

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:16

# 1 0.168Subject Sample 00:16

2.304Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.168Subject Sample 00:19

1.753Breath Volume 00:19

0.000Air Blank 00:20

0.077Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:21

Data Download Date/Time: 05/28/2025 10:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:3305/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:37

Lake City PD

SHEPPARD,T

03/05/2026

04924080A5

Lake City PD

PLEMMONS,L,M

DOVER

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:45

# 1 0.146Subject Sample 00:49 Volume Not Met

0.808Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.147Subject Sample 00:52

2.601Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 3 0.141Subject Sample 00:56

1.890Breath Volume 00:56

0.000Air Blank 00:56

0.076Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 05/28/2025 10:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:4205/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

19:53

FHP Troop B

PITTMAN,BRETT

03/05/2026

04924080A5

FHP Troop B

PITTMAN,BRETT,T

REESE

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:09

# 1 0.252Subject Sample 21:11

4.406Breath Volume 21:11

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.241Subject Sample 21:14

2.535Breath Volume 21:14

0.000Air Blank 21:14

0.077Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 05/28/2025 10:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:1805/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:22

Lake City PD

STEPHENS,MAURICE

03/05/2026

04924080A5

Columbia County SO

MILLIGAN,CONNIE,A

FULTON

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

# 1 0.150Subject Sample 23:52

1.511Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.156Subject Sample 23:55

1.726Breath Volume 23:55

0.000Air Blank 23:56

0.076Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 05/28/2025 10:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:0405/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:47

Lake City PD

MILLIGAN,C

03/05/2026

04924080A5

Lake City PD

MILLIGAN,CONNIE,A

KIGHT

05/05/2025

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.078Control Test 02:17

0.000Air Blank 02:17

# 1 0.209Subject Sample 02:19

2.363Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:21

# 2 0.203Subject Sample 02:22

1.867Breath Volume 02:22

0.000Air Blank 02:23

0.078Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:24

Data Download Date/Time: 05/28/2025 10:59

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5105/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:40

FHP Troop B

SUMNER,NATHAN

12/05/2026

31124080A1

FHP Troop B

SUMNER,NATHAN,J

COMBS

04/20/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.082Control Test 03:15

0.000Air Blank 03:15

# 1 0.229Subject Sample 03:16

2.097Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:18

# 2 0.215Subject Sample 03:19

2.398Breath Volume 03:19

0.000Air Blank 03:19

0.082Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 05/26/2025 13:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:0005/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

07:45

FHP Troop B

ZIMMERMANN,LARSON

12/05/2026

31124080A1

FHP Troop B

ZIMMERMANN,LARSON,

HERNADEZ-LOPEZ

04/20/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:47

0.082Control Test 20:48

0.000Air Blank 20:48

# 1 0.344Subject Sample 20:49

3.539Breath Volume 20:49

0.000Air Blank 20:50

0.000Air Blank 20:51

# 2 0.343Subject Sample 20:52

2.437Breath Volume 20:52

0.000Air Blank 20:53

0.081Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:54

Data Download Date/Time: 05/26/2025 13:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:2105/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:20

FHP Troop B

HOWARD,ROGER

12/05/2026

31124080A1

Suwannee County SO

ZIMMERMANN,LARSON,J

GREENE

04/20/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.078Control Test 22:51

0.000Air Blank 22:51

# 1 0.208Subject Sample 22:52

2.023Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:54

# 2 0.238Subject Sample 22:55

1.617Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:57

# 3 0.225Subject Sample 22:58

3.046Breath Volume 22:58

0.000Air Blank 22:59

0.079Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 05/26/2025 13:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:2105/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:20

FHP Troop B

DAVIS,CHRISTOPHER

12/05/2026

31124080A1

Live Oak PD

GUTSHALL,NICHOLAS,R

CORBETT

04/20/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.082Control Test 01:45

0.000Air Blank 01:45

# 1 0.169Subject Sample 01:45

1.968Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.168Subject Sample 01:48

2.703Breath Volume 01:48

0.000Air Blank 01:49

0.082Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 05/26/2025 13:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:04:2905/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:47

07:47

Suwannee County SO

WAGNER,DUSTIN

12/05/2026

31124080A1

Suwannee County SO

GRIFFIN,ANGELA,F

WININGER

04/20/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:01

0.000Air Blank 09:02

0.082Control Test 09:02

0.000Air Blank 09:02

# 1Subject Sample 09:03 Subject Test Refused

0.000Breath Volume 09:03

0.000Air Blank 09:03

0.081Control Test 09:03

0.000Air Blank 09:04

OKDiagnostics Check 09:04

Data Download Date/Time: 05/26/2025 13:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:5205/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:38

Suwannee County SO

RECCA,M

12/05/2026

31124080A1

Suwannee County SO

MARX,CHRISTOPHER,P

COOK

04/20/2025

8100.27

SUWANNEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.082Control Test 00:30

0.000Air Blank 00:30

# 1 0.181Subject Sample 00:31

6.042Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:33

# 2 0.174Subject Sample 00:34

5.585Breath Volume 00:34

0.000Air Blank 00:34

0.083Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 05/26/2025 13:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0405/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:35

Washington County SO

THOMPSON,JOSEPH

06/27/2025

402477284

Washington County SO

KENT,CHRISTOPHER,R

OVERSTREET

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.082Control Test 23:45

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.082Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:48

Data Download Date/Time: 05/13/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4005/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

20:55

FHP Troop A

HOLLEY,WILLIAM

06/27/2025

402477284

Chipley PD

LINCOLN,TREY,B

EDWARDS

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

# 1Subject Sample 22:33 No Sample Provided

0.000Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2Subject Sample 22:36 Subject Test Refused

0.000Breath Volume 22:36

0.000Air Blank 22:36

0.080Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 05/13/2025 13:03

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:3205/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:32

Washington County SO

THOMPSON,JOSEPH

06/27/2025

402477284

Washington County SO

THOMPSON,JOSEPH,M

HIGHTOWER

05/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

# 1Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 07/01/2025 15:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:1605/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:38

15:33

FHP Troop A

MCDOWELL,MICHAEL

05/28/2027

403056709

FHP Troop A

MCDOWELL,MICHAEL,J

BERRY

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:58

0.000Air Blank 16:59

0.081Control Test 16:59

0.000Air Blank 17:00

# 1 0.000Subject Sample 17:02

2.292Breath Volume 17:02

0.000Air Blank 17:02

0.000Air Blank 17:04

# 2 0.000Subject Sample 17:05

2.144Breath Volume 17:05

0.000Air Blank 17:06

0.080Control Test 17:06

0.000Air Blank 17:07

OKDiagnostics Check 17:07

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:3905/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:34

FHP Troop A

RUBEL,NEIL

05/28/2027

403056709

FHP Troop A

RUBEL,NEIL,F

LEWIS

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

# 1Subject Sample 23:04 Subject Test Refused

0.000Breath Volume 23:04

0.000Air Blank 23:04

0.080Control Test 23:05

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:59:4705/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:30

12:11

FHP Troop A

LITTLE,NICHOLAS

05/28/2027

403056709

FHP Troop A

LITTLE,NICHOLAS,M

BLOUNT

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 12:50

0.000Air Blank 12:51

0.081Control Test 12:51

0.000Air Blank 12:52

# 1 0.000Subject Sample 12:52

1.132Breath Volume 12:52

0.000Air Blank 12:53

0.000Air Blank 12:55

# 2 0.000Subject Sample 12:58

1.164Breath Volume 12:58

0.000Air Blank 12:58

0.082Control Test 12:59

0.000Air Blank 12:59

OKDiagnostics Check 12:59

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:5905/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:19

16:53

FHP Troop A

ALLEN,F

05/28/2027

403056709

FHP Troop A

ALLEN,F,H

AVILA SANCHEZ

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:40

0.000Air Blank 17:40

0.081Control Test 17:40

0.000Air Blank 17:41

# 1 0.241Subject Sample 17:42

2.332Breath Volume 17:42

0.000Air Blank 17:43

0.000Air Blank 17:44

# 2 0.240Subject Sample 17:45

2.238Breath Volume 17:45

0.000Air Blank 17:46

0.077Control Test 17:46

0.000Air Blank 17:46

OKDiagnostics Check 17:46

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1205/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:05

FHP Troop A

FREEMAN,AUSTIN

05/28/2027

403056709

FHP Troop A

FREEMAN,AUSTIN,C

SMITH

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.080Control Test 02:15

0.000Air Blank 02:15

# 1 0.133Subject Sample 02:16

2.261Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:18

# 2 0.123Subject Sample 02:19

1.246Breath Volume 02:19

0.000Air Blank 02:20

0.077Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 05/12/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0405/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:28

FHP Troop A

SOLOMON,JR

09/08/2026

402843437

FHP Troop A

SOLOMON,JR,

HOWE

05/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

# 1 0.160Subject Sample 00:07

1.148Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.165Subject Sample 00:10

1.203Breath Volume 00:10

0.000Air Blank 00:11

0.077Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:12

Data Download Date/Time: 06/28/2025 20:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:0805/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

20:20

Holmes County SO

YOUNG,ROGER

09/08/2026

402843437

Holmes County SO

HERRINGTON,STEPHEN,L

CLAYTON

05/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.079Control Test 21:40

0.000Air Blank 21:40

# 1Subject Sample 21:40 Subject Test Refused

0.000Breath Volume 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 06/28/2025 20:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000785CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:5805/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:20

Holmes County SO

YOUNG,ROGER

09/08/2026

402843437

Holmes County SO

HERRINGTON,STEPHEN,L

BURNSED

05/13/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:56

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:57

# 1Subject Sample 18:57 Subject Test Refused

0.000Breath Volume 18:57

0.000Air Blank 18:58

0.079Control Test 18:58

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 06/28/2025 20:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:2505/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

18:26

OTHER Fed

WATSON,CHRISTOPHER

02/13/2028

403268835

OTHER Fed

WATSON,CHRISTOPHER,P

ESTRADA HATCHER

04/27/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.077Control Test 20:08

0.000Air Blank 20:09

# 1 0.081Subject Sample 20:09

1.949Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.090Subject Sample 20:12

2.238Breath Volume 20:12

0.000Air Blank 20:13

0.081Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 05/05/2025 17:17

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5505/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:18

Gulf Breeze PD

SELLERS,DONALD

02/13/2028

403268835

Gulf Breeze PD

SELLERS,DONALD,R

WHITE

05/05/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.080Control Test 01:51

0.000Air Blank 01:51

# 1 0.093Subject Sample 01:52

1.472Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.090Subject Sample 01:55

1.359Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 07/01/2025 02:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:1805/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:02

Gulf Breeze PD

SELLERS,DONALD

02/13/2028

403268835

Gulf Breeze PD

ALEXANDER,RICHARD,D

STEARNS

05/05/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.078Control Test 01:44

0.000Air Blank 01:45

# 1 0.200Subject Sample 01:45

2.683Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.210Subject Sample 01:48

2.179Breath Volume 01:48

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 07/01/2025 02:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:3705/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

18:54

OTHER Fed

WATSON,CHRISTOPHER

02/13/2028

403268835

OTHER Fed

WATSON,CHRISTOPHER,P

SOSA

05/05/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:44

0.080Control Test 20:45

0.000Air Blank 20:45

# 1 0.162Subject Sample 20:46

3.234Breath Volume 20:46

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.165Subject Sample 20:49

3.410Breath Volume 20:49

0.000Air Blank 20:49

0.080Control Test 20:50

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 07/01/2025 02:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:31:5405/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:57

12:19

Gulf Breeze PD

SELLERS,DONALD

02/13/2028

403268835

Gulf Breeze PD

SELLERS,DONALD,R

ORMEROID

05/05/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:20

0.000Air Blank 13:20

0.080Control Test 13:21

0.000Air Blank 13:21

# 1 0.158Subject Sample 13:24 Volume Not Met

0.070Breath Volume 13:24

0.000Air Blank 13:25

0.000Air Blank 13:27

# 2 0.153Subject Sample 13:30 Volume Not Met

0.117Breath Volume 13:30

0.000Air Blank 13:30

0.079Control Test 13:31

0.000Air Blank 13:31

OKDiagnostics Check 13:31

Data Download Date/Time: 07/01/2025 02:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:50:2805/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:57

12:19

Gulf Breeze PD

SELLERS,DONALD

02/13/2028

403268835

Gulf Breeze PD

SELLERS,DONALD,R

ORMEROID

05/05/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:39

0.000Air Blank 13:39

0.079Control Test 13:40

0.000Air Blank 13:40

# 1 0.146Subject Sample 13:43 Volume Not Met

0.085Breath Volume 13:43

0.000Air Blank 13:44

0.000Air Blank 13:46

# 2Subject Sample 13:48 Subject Test Refused

0.843Breath Volume 13:48

0.000Air Blank 13:49

0.078Control Test 13:49

0.000Air Blank 13:50

OKDiagnostics Check 13:50

Data Download Date/Time: 07/01/2025 02:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:4405/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:52

Gulf Breeze PD

HARTER,DYLAN

02/13/2028

403268835

Gulf Breeze PD

HARTER,DYLAN,F

WARD

05/05/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:21

0.000Air Blank 20:21

0.080Control Test 20:21

0.000Air Blank 20:22

# 1 0.138Subject Sample 20:23

3.117Breath Volume 20:23

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.142Subject Sample 20:25

2.972Breath Volume 20:25

Air Blank 20:26 RFI Detect

0.000Air Blank 20:26

Data Download Date/Time: 07/01/2025 02:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:4705/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:45

Gulf Breeze PD

HARTER,DYLAN

02/13/2028

403268835

Gulf Breeze PD

HARTER,DYLAN,F

LINK

05/05/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:08

# 1Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:08

0.081Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 07/01/2025 02:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3505/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

01:05

St. Lucie County SO

PIANELLI,VICTORIA

03/05/2026

04924080A5

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN,T

KATZ

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

# 1 0.138Subject Sample 01:22 Volume Not Met

0.152Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.078Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 07/14/2025 10:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0605/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

02:11

St. Lucie County SO

BENNING,CHEYENNE

03/05/2026

04924080A5

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN,T

BROOKS

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

# 1 0.130Subject Sample 02:17

2.742Breath Volume 02:17

Air Blank 02:17 RFI Detect

Air Blank 02:17 RFI Detect

Air Blank 02:18 RFI Detect

Data Download Date/Time: 07/14/2025 10:27

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1505/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

02:11

St. Lucie County SO

BENNING,CHEYENNE

03/05/2026

04924080A5

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN,T

BROOKS

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

Air Blank 02:21 RFI Detect

Air Blank 02:21 RFI Detect

Data Download Date/Time: 07/14/2025 10:27

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1505/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

02:11

St. Lucie County SO

BENNING,CHEYENNE

03/05/2026

04924080A5

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN,T

BROOKS

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

Air Blank 02:24 RFI Detect

Air Blank 02:24 RFI Detect

Data Download Date/Time: 07/14/2025 10:27

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:5105/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

03:05

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN

03/05/2026

04924080A5

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN,T

MARTINEZ

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.080Control Test 03:10

Air Blank 03:10 RFI Detect

Air Blank 03:10 RFI Detect

Data Download Date/Time: 07/14/2025 10:27

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:5605/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

03:05

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN

03/05/2026

04924080A5

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN,T

MARTINEZ

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

Air Blank 03:12 RFI Detect

Air Blank 03:12 RFI Detect

Data Download Date/Time: 07/14/2025 10:27

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-000788CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:5705/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:09

St. Lucie County SO

BRADY,ZACHARY

03/05/2026

04924080A5

St. Lucie County SO

JONES,CORTLAND,T

JARRELL

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:48

0.000Air Blank 20:49

0.079Control Test 20:49

0.000Air Blank 20:50

# 1 0.098Subject Sample 20:51

1.539Breath Volume 20:51

Air Blank 20:51 RFI Detect

0.000Air Blank 20:51

0.079Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 07/14/2025 10:27

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:5505/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:16

Largo PD

SILVERSTEIN,CHRISTINA

06/05/2026

10124080A3

Largo PD

SILVERSTEIN,CHRISTINA,

CASIANO

04/17/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.081Control Test 05:00

0.000Air Blank 05:00

# 1 0.121Subject Sample 05:02

1.531Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:04

# 2 0.119Subject Sample 05:05

1.160Breath Volume 05:05

0.000Air Blank 05:05

0.079Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 05/26/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:2305/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:03

Largo PD

UPCHURCH,JERRY

06/05/2026

10124080A3

Largo PD

UPCHURCH,JERRY,S

ZWACK

04/17/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.080Control Test 20:49

0.000Air Blank 20:50

# 1Subject Sample 20:51 Subject Test Refused

0.000Breath Volume 20:51

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 05/26/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:4205/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:31

Largo PD

LOUX,SAGE

06/05/2026

10124080A3

Largo PD

HASTINGS,KENNETH,

WISNESKI

04/17/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:22

0.000Air Blank 18:22

0.079Control Test 18:23

0.000Air Blank 18:23

# 1Subject Sample 18:26 Subject Test Refused

0.000Breath Volume 18:26

0.000Air Blank 18:26

0.080Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 05/26/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:1905/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

19:12

Largo PD

LOUX,SAGE

06/05/2026

10124080A3

Largo PD

HASTINGS,KENNETH,

BIRTWISTLE

04/17/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.080Control Test 19:49

0.000Air Blank 19:49

# 1Subject Sample 19:49 Subject Test Refused

0.000Breath Volume 19:49

0.000Air Blank 19:50

0.080Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 05/26/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:5305/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:38

Largo PD

TUMICKI,SAMANTHA

06/05/2026

10124080A3

Largo PD

UPCHURCH,JERRY,S

PANCOTTINI

04/17/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:11

# 1 0.149Subject Sample 01:14 Slope Not Level

1.421Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.166Subject Sample 01:20 Volume Not Met

0.667Breath Volume 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 05/26/2025 11:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:5405/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:40

Largo PD

GOSIER,MATTHEW

06/05/2026

10124080A3

Largo PD

GOSIER,MATTHEW,D

ALFANO

05/26/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.080Control Test 23:15

0.000Air Blank 23:15

# 1 0.178Subject Sample 23:16

1.683Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.171Subject Sample 23:20

1.105Breath Volume 23:20

0.000Air Blank 23:20

0.080Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 06/16/2025 13:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:3105/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:56

17:31

Largo PD

GOSIER,MATTHEW

06/05/2026

10124080A3

Largo PD

GOSIER,MATTHEW,D

SOKOLOWSKI

05/26/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:21

0.079Control Test 18:21

0.000Air Blank 18:22

# 1Subject Sample 18:25 No Sample Provided

0.000Breath Volume 18:25

0.000Air Blank 18:25

0.000Air Blank 18:27

# 2Subject Sample 18:29 Subject Test Refused

0.000Breath Volume 18:29

0.000Air Blank 18:29

0.079Control Test 18:29

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 06/16/2025 13:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:5505/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:22

Largo PD

GOSIER,MATTHEW

06/05/2026

10124080A3

Largo PD

GOSIER,MATTHEW,D

MCCALLISTER

05/26/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:27

# 1 0.333Subject Sample 22:28

1.613Breath Volume 22:28

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.333Subject Sample 22:31

1.324Breath Volume 22:31

0.000Air Blank 22:31

0.078Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 06/16/2025 13:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000791CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:5205/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:06

Largo PD

GOSIER,MATTHEW

06/05/2026

10124080A3

Largo PD

GOSIER,MATTHEW,D

WILLIAMS

05/26/2025

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

# 1Subject Sample 23:54 Subject Test Refused

0.000Breath Volume 23:54

0.000Air Blank 23:54

0.079Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 06/16/2025 13:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3505/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:12

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

MENDOZA

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:02

# 1 0.131Subject Sample 04:03

2.167Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.132Subject Sample 04:06

2.425Breath Volume 04:06

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:3805/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:59

FHP Troop K

RESTO,LUIS

06/05/2025

08223080A4

FHP Troop K

RESTO,LUIS,A

LONG

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.082Control Test 01:57

0.000Air Blank 01:57

# 1 0.171Subject Sample 01:58

3.531Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.150Subject Sample 02:01

1.542Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 3 0.166Subject Sample 02:04

2.546Breath Volume 02:04

0.000Air Blank 02:04

0.078Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1905/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:29

Fort Pierce PD

COLUMBUS,DYLAN

06/05/2025

08223080A4

Fort Pierce PD

MEMON,MATTHEW,M

GONZALEZ ORELLANA

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:08

# 1 0.248Subject Sample 04:08

2.570Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.247Subject Sample 04:11

2.515Breath Volume 04:11

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 05/29/2025 16:47

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5205/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:02

FHP Troop K

PIGG,JACOB

06/05/2025

08223080A4

FHP Troop K

PIGG,JACOB,M

COLON

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.215Subject Sample 02:59

1.960Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.218Subject Sample 03:03

2.625Breath Volume 03:03

0.000Air Blank 03:03

0.080Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:0905/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:22

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

JONES

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:15

# 1 0.109Subject Sample 01:15

1.367Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.100Subject Sample 01:18

1.566Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:0705/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:50

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

HANSON

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.082Control Test 02:10

0.000Air Blank 02:11

# 1 0.087Subject Sample 02:11

1.660Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.084Subject Sample 02:14

2.851Breath Volume 02:14

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:2005/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:05

Fort Pierce PD

COLUMBUS,DYLAN

06/05/2025

08223080A4

Fort Pierce PD

BROCATO,SHAWN,V

SIXTO GARCIA

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:30

# 1 0.197Subject Sample 04:32

1.992Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.189Subject Sample 04:35

2.109Breath Volume 04:35

0.000Air Blank 04:36

0.077Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:2205/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:51

St. Lucie County SO

ETIENNE,EMMANUEL

06/05/2025

08223080A4

St. Lucie County SO

CASSERLY,STEPHEN,R

MORALES PEREZ

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.080Control Test 21:40

0.000Air Blank 21:41

# 1 0.185Subject Sample 21:41

2.199Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.190Subject Sample 21:44

3.183Breath Volume 21:44

0.000Air Blank 21:45

0.077Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1505/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:07

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

BELCORE

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

# 1 0.138Subject Sample 00:44

2.906Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.148Subject Sample 00:47

3.648Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5205/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:50

St. Lucie County SO

ETIENNE,EMMANUEL

06/05/2025

08223080A4

St. Lucie County SO

WAITES,DEJAS,A

HUNTER

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:10

# 1 0.196Subject Sample 04:11

2.933Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.192Subject Sample 04:14

2.964Breath Volume 04:14

0.000Air Blank 04:14

0.081Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:1205/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

21:58

St. Lucie County SO

ROBERTS,MICHAEL

06/05/2025

08223080A4

St. Lucie County SO

WAITES,DEJAS,A

TEELUK

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.082Control Test 23:40

0.000Air Blank 23:41

# 1 0.121Subject Sample 23:42

2.027Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.106Subject Sample 23:45

1.742Breath Volume 23:45

0.000Air Blank 23:46

0.079Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:3005/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:40

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

CURTIS

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.082Control Test 03:20

0.000Air Blank 03:20

# 1 0.070Subject Sample 03:21

2.007Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.072Subject Sample 03:23

3.726Breath Volume 03:23

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:4605/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:43

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

WADLE

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:31

# 1 0.132Subject Sample 01:32

3.105Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 2 0.128Subject Sample 01:35

3.210Breath Volume 01:35

0.000Air Blank 01:35

0.081Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2005/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

02:10

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

BROOKS

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.081Control Test 03:46

0.000Air Blank 03:46

# 1 0.102Subject Sample 03:47

2.914Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.095Subject Sample 03:49

2.515Breath Volume 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 05/29/2025 16:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:4505/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

03:05

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN

06/05/2025

08223080A4

St. Lucie County SO

SWIERKOWSKI,CHRISTIAN,T

MARTINEZ

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

# 1 0.166Subject Sample 04:02

2.113Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:04

# 2 0.164Subject Sample 04:06

1.359Breath Volume 04:06

0.000Air Blank 04:06

0.080Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 05/29/2025 16:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:5905/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:15

FHP Troop K

RESTO,LUIS

06/05/2025

08223080A4

FHP Troop K

RESTO,LUIS,A

NOJ-MUXTAY

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.081Control Test 20:28

0.000Air Blank 20:28

# 1 0.236Subject Sample 20:29

3.562Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:31

# 2 0.218Subject Sample 20:32

2.542Breath Volume 20:32

0.000Air Blank 20:33

0.077Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 05/29/2025 16:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:0405/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:09

St. Lucie County SO

BRADY,ZACHARY

06/05/2025

08223080A4

St. Lucie County SO

JONES,CORTLAND,T

JARRELL

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.081Control Test 21:50

0.000Air Blank 21:51

# 1 0.088Subject Sample 21:52

1.574Breath Volume 21:52

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.077Subject Sample 21:55

1.605Breath Volume 21:55

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:57

Data Download Date/Time: 05/29/2025 16:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:0305/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:46

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

HARFORD

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:34

# 1 0.130Subject Sample 00:35

1.425Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.132Subject Sample 00:38

2.453Breath Volume 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:40

Data Download Date/Time: 05/29/2025 16:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:5605/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:57

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

LOSH

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.081Control Test 23:31 Interferent Detect

0.000Air Blank 23:31

Data Download Date/Time: 05/29/2025 16:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:0605/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:57

St. Lucie County SO

BENNING,CHEYENNE

06/05/2025

08223080A4

St. Lucie County SO

BENNING,CHEYENNE,H

LOSH

04/16/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.080Control Test 23:34 Interferent Detect

0.000Air Blank 23:35

Data Download Date/Time: 05/29/2025 16:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:5305/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:20

St. Lucie County SO

BYRD,TERANCE

03/05/2026

04924080A5

St. Lucie County SO

BYRD,TERANCE,A

SWEENEY

05/29/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.082Control Test 01:45

0.000Air Blank 01:45

# 1 0.167Subject Sample 01:46

2.156Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.151Subject Sample 01:50

1.210Breath Volume 01:50

0.000Air Blank 01:50

0.080Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 06/28/2025 19:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1805/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:51

St. Lucie County SO

BENNING,CHEYENNE

03/05/2026

04924080A5

St. Lucie County SO

BENNING,CHEYENNE,H

MORGAN

05/29/2025

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

# 1Subject Sample 03:34 Subject Test Refused

0.000Breath Volume 03:34

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 06/28/2025 19:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:3405/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:48

Haines City PD

JULES,EMMANUEL

05/28/2027

403056709

OTHER Local

GILMAN,DUSTIN,D

MARCINKOWSKI

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.079Control Test 22:26

0.000Air Blank 22:26

# 1 0.130Subject Sample 22:27

1.441Breath Volume 22:27

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.133Subject Sample 22:30

1.566Breath Volume 22:30

0.000Air Blank 22:30

0.078Control Test 22:30

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 06/13/2025 17:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3405/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:36

Haines City PD

BRUNER,SEAN

05/28/2027

403056709

Haines City PD

BRUNER,SEAN,R

CAPY

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

# 1 0.088Subject Sample 03:26

1.191Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.090Subject Sample 03:30

1.179Breath Volume 03:30

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 06/13/2025 17:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:4305/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:47

Haines City PD

TURNER,LATORIAN

05/28/2027

403056709

Haines City PD

TURNER,LATORIAN,T

VICENTE VILCHES

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.079Control Test 20:50

0.000Air Blank 20:51

# 1 0.095Subject Sample 20:52

1.945Breath Volume 20:52

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.100Subject Sample 20:55

2.058Breath Volume 20:55

0.000Air Blank 20:55

0.079Control Test 20:56

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 06/13/2025 17:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:2705/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:19

Polk County SO

REGISTER,J

05/28/2027

403056709

Polk County SO

REGISTER,JUSTIN,D

ZUNIGA

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.082Control Test 01:25

0.000Air Blank 01:25

# 1 0.000Subject Sample 01:26

1.789Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.000Subject Sample 01:29

1.796Breath Volume 01:29

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 06/13/2025 17:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0205/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:29

Haines City PD

TURNER,LATORIAN

05/28/2027

403056709

Haines City PD

TURNER,LATORIAN,T

MAZARIEGOS DE LEON

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.082Control Test 01:11

0.000Air Blank 01:12

# 1 0.161Subject Sample 01:12

1.316Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.157Subject Sample 01:15

1.636Breath Volume 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:17

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:57:0805/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:05

10:00

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

ALINDOR

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:51

0.000Air Blank 10:51

0.081Control Test 10:51

0.000Air Blank 10:52

# 1 0.000Subject Sample 10:52

1.480Breath Volume 10:52

0.000Air Blank 10:53

0.000Air Blank 10:55

# 2 0.000Subject Sample 10:55

1.722Breath Volume 10:55

0.000Air Blank 10:56

0.080Control Test 10:56

0.000Air Blank 10:57

OKDiagnostics Check 10:57

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:12:1105/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:30

10:25

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

BARLOW

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:04

0.000Air Blank 11:04

0.080Control Test 11:05

0.000Air Blank 11:05

# 1 0.000Subject Sample 11:07

1.183Breath Volume 11:07

0.000Air Blank 11:07

0.000Air Blank 11:09

# 2 0.000Subject Sample 11:10

1.414Breath Volume 11:10

0.000Air Blank 11:11

0.079Control Test 11:11

0.000Air Blank 11:12

OKDiagnostics Check 11:12

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:56:2205/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

11:15

11:10

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

KHAN

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:49

0.000Air Blank 11:50

0.081Control Test 11:50

0.000Air Blank 11:51

# 1 0.000Subject Sample 11:52

2.187Breath Volume 11:52

0.000Air Blank 11:52

0.000Air Blank 11:54

# 2 0.000Subject Sample 11:55

1.199Breath Volume 11:55

0.000Air Blank 11:55

0.078Control Test 11:55

0.000Air Blank 11:56

OKDiagnostics Check 11:56

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:14:5905/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

11:30

11:25

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

NOEL

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:08

0.000Air Blank 12:09

0.080Control Test 12:09

0.000Air Blank 12:10

# 1 0.000Subject Sample 12:10

1.640Breath Volume 12:10

0.000Air Blank 12:11

0.000Air Blank 12:13

# 2 0.000Subject Sample 12:13

1.828Breath Volume 12:13

0.000Air Blank 12:14

0.079Control Test 12:14

0.000Air Blank 12:14

OKDiagnostics Check 12:14

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:47:5205/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

12:15

12:10

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

JOHNSON

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:42

0.000Air Blank 12:42

0.081Control Test 12:42

0.000Air Blank 12:43

# 1 0.000Subject Sample 12:43

2.480Breath Volume 12:43

0.000Air Blank 12:44

0.000Air Blank 12:46

# 2 0.000Subject Sample 12:46

2.445Breath Volume 12:46

0.000Air Blank 12:46

0.080Control Test 12:47

0.000Air Blank 12:47

OKDiagnostics Check 12:47

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:15:1805/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

08:05

08:00

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

GARCIA

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:09

0.000Air Blank 09:09

0.080Control Test 09:10

0.000Air Blank 09:10

# 1 0.000Subject Sample 09:11

1.464Breath Volume 09:11

0.000Air Blank 09:11

0.000Air Blank 09:13

# 2 0.000Subject Sample 09:13

1.437Breath Volume 09:13

0.000Air Blank 09:14

0.080Control Test 09:14

0.000Air Blank 09:15

OKDiagnostics Check 09:15

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:31:0205/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:00

08:55

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

BELANGE

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:25

0.000Air Blank 09:25

0.080Control Test 09:25

0.000Air Blank 09:26

# 1 0.000Subject Sample 09:26

1.449Breath Volume 09:26

0.000Air Blank 09:27

0.000Air Blank 09:29

# 2 0.000Subject Sample 09:29

1.281Breath Volume 09:29

0.000Air Blank 09:30

0.081Control Test 09:30

0.000Air Blank 09:30

OKDiagnostics Check 09:31

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:51:3805/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

13:30

00:00

Haines City PD

N/A,N/A

05/28/2027

403056709

Haines City PD

HICKS,DANIEL,N

ROGERS

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:50

0.000Air Blank 13:50

0.080Control Test 13:51

Air Blank 13:51 RFI Detect

0.000Air Blank 13:51

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:59:5505/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

13:30

00:00

Haines City PD

N/A,N/A

05/28/2027

403056709

Haines City PD

HICKS,DANIEL,N

ROGERS

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:53

0.000Air Blank 13:54

0.080Control Test 13:54

0.000Air Blank 13:55

# 1 0.000Subject Sample 13:55

1.914Breath Volume 13:55

0.000Air Blank 13:56

0.000Air Blank 13:58

# 2 0.000Subject Sample 13:58

2.183Breath Volume 13:58

0.000Air Blank 13:59

0.080Control Test 13:59

0.000Air Blank 13:59

OKDiagnostics Check 13:59

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:1905/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:56

Haines City PD

BRUNER,SEAN

05/28/2027

403056709

Haines City PD

GILMAN,DUSTIN,D

LOPEZ

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:41

0.082Control Test 19:42

0.000Air Blank 19:42

# 1 0.220Subject Sample 19:43

2.226Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.219Subject Sample 19:46

3.972Breath Volume 19:46

0.000Air Blank 19:47

0.080Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:14:3805/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

15:30

15:20

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

LEAL HERNANDEZ

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:06

0.000Air Blank 16:06

0.082Control Test 16:07

0.000Air Blank 16:07

# 1 0.000Subject Sample 16:09

1.390Breath Volume 16:09

0.000Air Blank 16:10

0.000Air Blank 16:12

# 2 0.000Subject Sample 16:13

1.304Breath Volume 16:13

0.000Air Blank 16:13

0.079Control Test 16:14

0.000Air Blank 16:14

OKDiagnostics Check 16:14

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:0205/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:29

Haines City PD

TURNER,LATORIAN

05/28/2027

403056709

Haines City PD

TURNER,LATORIAN,T

SOTO SIERRA

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.081Control Test 22:18

0.000Air Blank 22:18

# 1Subject Sample 22:22 No Sample Provided

0.000Breath Volume 22:22

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2Subject Sample 22:24 Subject Test Refused

0.000Breath Volume 22:24

0.000Air Blank 22:25

0.081Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:26

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:1405/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:23

Haines City PD

TURNER,LATORIAN

05/28/2027

403056709

Haines City PD

TURNER,LATORIAN,T

TORRES MONTERROSSO

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.081Control Test 00:10

0.000Air Blank 00:10

# 1 0.198Subject Sample 00:11

1.937Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:13

# 2 0.199Subject Sample 00:14

1.433Breath Volume 00:14

0.000Air Blank 00:15

0.080Control Test 00:15

Air Blank 00:15 RFI Detect

0.000Air Blank 00:16

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:22:0505/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:55

00:00

Haines City PD

N/A,N/A

05/28/2027

403056709

Haines City PD

HICKS,DANIEL,N

RICHARDSON

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:16

0.000Air Blank 11:16

0.081Control Test 11:16

0.000Air Blank 11:17

# 1 0.000Subject Sample 11:17

2.261Breath Volume 11:17

0.000Air Blank 11:18

0.000Air Blank 11:20

# 2 0.000Subject Sample 11:20

2.039Breath Volume 11:20

0.000Air Blank 11:21

0.080Control Test 11:21

0.000Air Blank 11:22

OKDiagnostics Check 11:22

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:41:4005/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:15

09:10

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

CANO

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:35

0.000Air Blank 09:36

0.081Control Test 09:36

0.000Air Blank 09:37

# 1 0.000Subject Sample 09:37

1.730Breath Volume 09:37

0.000Air Blank 09:37

0.000Air Blank 09:39

# 2 0.000Subject Sample 09:40

1.476Breath Volume 09:40

0.000Air Blank 09:40

0.080Control Test 09:41

0.000Air Blank 09:41

OKDiagnostics Check 09:41

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000796CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:46:5205/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

12:15

12:10

Haines City PD

EVANS,STEVEN

05/28/2027

403056709

Haines City PD

EVANS,STEVEN,J

NELSON

05/02/2025

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:41

0.000Air Blank 12:41

0.082Control Test 12:41

0.000Air Blank 12:42

# 1 0.000Subject Sample 12:42

2.226Breath Volume 12:42

0.000Air Blank 12:43

0.000Air Blank 12:45

# 2 0.000Subject Sample 12:45

1.890Breath Volume 12:45

0.000Air Blank 12:45

0.081Control Test 12:46

0.000Air Blank 12:46

OKDiagnostics Check 12:46

Data Download Date/Time: 06/13/2025 17:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:5605/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:16

Hamilton County SO

MCCORMICK,JERRY

06/05/2026

10124080A2

Hamilton County SO

CURRY,WILLIAM,C

DEAS

04/30/2025

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.083Control Test 23:59

0.000Air Blank 00:00

# 1 0.205Subject Sample 00:00

3.714Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.190Subject Sample 00:03

1.824Breath Volume 00:03

0.000Air Blank 00:04

0.081Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 05/29/2025 17:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:23:2805/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

08:48

Hamilton County SO

RAGGINS,SHAWN

12/05/2024

29122080A1

Jennings PD

HUNTER,WILLIAM,D

MCCARTY

04/30/2025

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:17

0.000Air Blank 09:17

0.082Control Test 09:18

0.000Air Blank 09:18

# 1 0.279Subject Sample 09:18

1.503Breath Volume 09:18

0.000Air Blank 09:19

0.000Air Blank 09:21

# 2 0.269Subject Sample 09:21

2.019Breath Volume 09:21

0.000Air Blank 09:22

0.081Control Test 09:22

0.000Air Blank 09:23

OKDiagnostics Check 09:23

Data Download Date/Time: 05/29/2025 17:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:0605/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:44

Perry PD

WIMBERLEY,EDWARD

06/05/2026

10124080A3

Taylor County SO

RICE,JOHN,D

DOSHER

04/28/2025

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.078Control Test 23:29

0.000Air Blank 23:29

# 1 0.000Subject Sample 23:31

2.460Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.000Subject Sample 23:34

1.472Breath Volume 23:34

0.000Air Blank 23:35

0.078Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 05/21/2025 12:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:4205/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:44

Perry PD

WIMBERLEY,EDWARD

06/05/2026

10124080A3

Taylor County SO

RICE,JOHN,D

DOSHER

04/28/2025

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 05/21/2025 12:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:19:3905/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

07:40

07:39

Perry PD

PUTNEL,JOHN

06/05/2026

10124080A3

Perry PD

PUTNEL,JOHN,D

DAVIS

04/28/2025

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:13

0.000Air Blank 08:14

0.075Control Test 08:14

0.000Air Blank 08:15

# 1 0.000Subject Sample 08:15

1.828Breath Volume 08:15

0.000Air Blank 08:16

0.000Air Blank 08:18

# 2 0.000Subject Sample 08:18

1.363Breath Volume 08:18

0.000Air Blank 08:18

0.078Control Test 08:19

0.000Air Blank 08:19

OKDiagnostics Check 08:19

Data Download Date/Time: 05/21/2025 12:05

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0505/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:42

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

ARQUILLA

04/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

# 1 0.000Subject Sample 02:40

1.355Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.000Subject Sample 02:46 Volume Not Met

0.136Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 3 0.000Subject Sample 02:49

1.441Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 05/31/2025 19:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4705/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

00:51

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

RIVER MOLINA

04/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.080Control Test 02:08

0.000Air Blank 02:08

# 1 0.119Subject Sample 02:10

1.515Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.124Subject Sample 02:14

1.664Breath Volume 02:14

0.000Air Blank 02:14

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 05/31/2025 19:26

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:3505/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:03

CCA Citrus

MARTIN,A

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

POMEROY

05/30/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.078Control Test 21:59

0.000Air Blank 22:00

# 1 0.096Subject Sample 22:01

3.503Breath Volume 22:01

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.092Subject Sample 22:04

2.683Breath Volume 22:04

0.000Air Blank 22:04

0.078Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 06/30/2025 05:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4305/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:40

CCA Citrus

DAVIS,J

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

RASH

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

# 1 0.269Subject Sample 01:22

3.281Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.260Subject Sample 01:25

2.640Breath Volume 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4605/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:00

CCA Citrus

GARRISON,T

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

JENNELL

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.081Control Test 02:06

0.000Air Blank 02:06

# 1 0.173Subject Sample 02:07

1.292Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.172Subject Sample 02:10

1.281Breath Volume 02:10

0.000Air Blank 02:10

0.081Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:44:1805/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:28

16:38

Citrus County SO

BLOTZ,GEOFFREY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

HARDY

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.082Control Test 17:41

0.000Air Blank 17:42

# 1Subject Sample 17:42 Subject Test Refused

0.000Breath Volume 17:42

0.000Air Blank 17:43

0.082Control Test 17:43

0.000Air Blank 17:44

OKDiagnostics Check 17:44

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:5205/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:14

CCA Citrus

BRUNK,D

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

COX

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.081Control Test 01:56

0.000Air Blank 01:57

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.081Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:3905/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:27

CCA Citrus

STOCK,J

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

GROMLING

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.082Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.081Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0305/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:23

CCA Citrus

STACK,K

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

HOOKS

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.082Control Test 02:19

0.000Air Blank 02:19

# 1 0.000Subject Sample 02:20

3.687Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:23

# 2 0.000Subject Sample 02:23

3.222Breath Volume 02:23

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:25

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:2405/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:44

CCA Citrus

DAVIS,J

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

MANTHEY

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.080Control Test 23:37

0.000Air Blank 23:37

# 1 0.165Subject Sample 23:38

2.816Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.166Subject Sample 23:41

2.710Breath Volume 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1405/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:51

CCA Citrus

DAVIS,J

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

COLLINS

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.082Control Test 01:52

0.000Air Blank 01:52

# 1Subject Sample 01:52 Subject Test Refused

0.000Breath Volume 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:2405/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:18

CCA Citrus

TWITTY,J

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

SOUTHWORTH

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.081Control Test 04:22

0.000Air Blank 04:22

# 1 0.075Subject Sample 04:23

2.566Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.067Subject Sample 04:26

1.316Breath Volume 04:26

0.000Air Blank 04:27

0.082Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1405/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:25

FHP Troop C

JACKSON,NICK

10/05/2026

232492

Citrus County SO

GITTO,JUSTIN,J

PEGEL

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:16

# 1 0.130Subject Sample 01:17

3.894Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.129Subject Sample 01:20

4.359Breath Volume 01:20

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:4505/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:48

CCA Citrus

TWITTY,J

10/05/2026

232492

Citrus County SO

BOEHM,ADAM,J

HAUTER

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

# 1Subject Sample 01:28 Subject Test Refused

0.000Breath Volume 01:28

0.000Air Blank 01:28

0.081Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:20:1805/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:18

15:18

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

ACOME

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:18

0.000Air Blank 16:19

0.080Control Test 16:19

Air Blank 16:19 RFI Detect

0.000Air Blank 16:20

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:3405/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:18

15:18

Citrus County SO

GARRISON,TIMOTHY

10/05/2026

232492

Citrus County SO

GARRISON,TIMOTHY,A

ACOME

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:22

0.000Air Blank 16:22

0.081Control Test 16:22

0.000Air Blank 16:23

# 1 0.000Subject Sample 16:23

1.546Breath Volume 16:23

0.000Air Blank 16:24

0.000Air Blank 16:26

# 2 0.000Subject Sample 16:27

2.058Breath Volume 16:27

0.000Air Blank 16:27

0.080Control Test 16:27

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 05/30/2025 21:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0305/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:45

CCA Citrus

DAVIS,J

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

JUSTICE

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.081Control Test 01:24

0.000Air Blank 01:24

# 1Subject Sample 01:24 Subject Test Refused

0.000Breath Volume 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:26

Data Download Date/Time: 05/30/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:3105/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:23

CCA Citrus

TWITTY,J

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

WELCH

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

Air Blank 02:13 RFI Detect

0.000Air Blank 02:13

Data Download Date/Time: 05/30/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4505/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:23

CCA Citrus

TWITTY,J

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

WELCH

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

# 1Subject Sample 02:17 Subject Test Refused

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.081Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 05/30/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:1205/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:35

CCA Citrus

DAVIS,J

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

DIAZ

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.082Control Test 02:46

0.000Air Blank 02:46

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 05/30/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:3805/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

05:01

CCA Citrus

TWITTY,J

10/05/2026

232492

Citrus County SO

HOLLAND,VICTORIA,S

CLIFFORD

04/27/2025

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.081Control Test 05:48

0.000Air Blank 05:49

# 1 0.115Subject Sample 05:49

1.160Breath Volume 05:49

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.115Subject Sample 05:53

1.199Breath Volume 05:53

0.000Air Blank 05:53

0.082Control Test 05:54

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 05/30/2025 21:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:3805/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:47

Leesburg PD

BLUM,SAVANNAH

01/25/2026

32324080A2

Leesburg PD

BLUM,SAVANNAH,K

BASTIEN

04/28/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:27

# 1 0.193Subject Sample 22:31 Volume Not Met

0.996Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.199Subject Sample 22:35

1.187Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:37

# 3 0.193Subject Sample 22:41

1.250Breath Volume 22:41

0.000Air Blank 22:41

0.079Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 05/27/2025 08:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0605/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

01:29

Leesburg PD

ROMAN,ALONZO

01/25/2026

32324080A2

Leesburg PD

CROWE,SCOTT,M

ARCOBELLO

04/28/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

# 1Subject Sample 03:24 Subject Test Refused

0.000Breath Volume 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 05/27/2025 08:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:0005/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:05

Leesburg PD

PASCUAL,DYLIN

01/25/2026

32324080A2

Leesburg PD

CROWE,SCOTT,M

RICHARDSON

04/28/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

# 1Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:02

0.081Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:03

Data Download Date/Time: 05/27/2025 08:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:4105/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

18:54

Leesburg PD

GRIMMETT,KASSANDRA

01/25/2026

32324080A2

Leesburg PD

LARGE,MIRANDA,H

MECCA

04/28/2025

8100.27

LEESBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.079Control Test 19:29

0.000Air Blank 19:30

# 1 0.192Subject Sample 19:31

2.855Breath Volume 19:31

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.201Subject Sample 19:34

3.039Breath Volume 19:34

0.000Air Blank 19:34

0.079Control Test 19:35

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 05/27/2025 08:34

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2605/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

20:57

Eustis PD

BABIN,BRIER

11/05/2025

28423080A4

Lake County SO

RAPP,ERIC,G

KELLY JR

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

# 1 0.111Subject Sample 03:11

1.226Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.104Subject Sample 03:14

4.878Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:5605/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:22

Fruitland Park PD

CHOUDRI,H

11/05/2025

28423080A4

Lady Lake PD

MEYER,PHILIP,J

MCKEE

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:11

# 1Subject Sample 22:11 Subject Test Refused

0.000Breath Volume 22:11

0.000Air Blank 22:11

0.080Control Test 22:12

Air Blank 22:12 RFI Detect

0.000Air Blank 22:12

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:0505/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:00

Lake County SO

HIGHTOWER,TUCKER

11/05/2025

28423080A4

Lake County SO

MORGAN,JOSEPH,M

MEADORS

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.079Control Test 00:14

0.000Air Blank 00:15

# 1Subject Sample 00:15 RFI Detect

0.000Breath Volume 00:15

Air Blank 00:15 RFI Detect

0.000Air Blank 00:16

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:4605/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:00

Lake County SO

HIGHTOWER,TUCKER

11/05/2025

28423080A4

Lake County SO

MORGAN,JOSEPH,M

MEADORS

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

Air Blank 00:18 RFI Detect

0.000Air Blank 00:18

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:5005/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:00

Lake County SO

HIGHTOWER,TUCKER

11/05/2025

28423080A4

Lake County SO

MORGAN,JOSEPH,M

MEADORS

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.081Control Test 00:21

0.000Air Blank 00:21

# 1 0.082Subject Sample 00:22

2.687Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:24

# 2 0.079Subject Sample 00:25

2.312Breath Volume 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:4605/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:48

Lake County SO

FLUITT,J

11/05/2025

28423080A4

Lake County SO

MORGAN,JOSEPH,M

CRAWFORD

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

# 1Subject Sample 04:43 No Sample Provided

0.000Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2Subject Sample 04:49 No Sample Provided

0.000Breath Volume 04:49

0.000Air Blank 04:49

0.080Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:4805/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:08

16:08

Tavares PD

SANTOS,M

11/05/2025

28423080A4

Eustis PD

BURNS,COURTNEY,

THOMPSON

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:51

0.000Air Blank 16:51

0.080Control Test 16:52

0.000Air Blank 16:52

# 1Subject Sample 16:55 Subject Test Refused

0.000Breath Volume 16:55

0.000Air Blank 16:55

0.079Control Test 16:56

0.000Air Blank 16:56

OKDiagnostics Check 16:56

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0405/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:59

Leesburg PD

CLARK,KURTIS

11/05/2025

28423080A4

Leesburg PD

POST,HAYDEN,L

VAN HEERDEN

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

# 1 0.138Subject Sample 23:12

4.535Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.128Subject Sample 23:15

1.785Breath Volume 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:5005/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:29

Leesburg PD

EVANS,BRENDIN

11/05/2025

28423080A4

Leesburg PD

POST,HAYDEN,L

WOLFE

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

# 1 0.203Subject Sample 04:18

1.691Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:20

# 2 0.198Subject Sample 04:21

2.281Breath Volume 04:21

0.000Air Blank 04:21

0.079Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:4305/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:47

Eustis PD

MCDANIEL,ABBIE

11/05/2025

28423080A4

Lake County SO

RAPP,ERIC,G

GIZELT

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

# 1 0.308Subject Sample 20:43

1.191Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.300Subject Sample 20:47

1.996Breath Volume 20:47

0.000Air Blank 20:47

0.080Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:4305/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:21

Mascotte PD

ALLEN,B

11/05/2025

28423080A4

Fruitland Park PD

SOTO,A,

STEPHENSON

04/16/2025

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:22

# 1 0.160Subject Sample 04:24

2.054Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.155Subject Sample 04:27

1.460Breath Volume 04:27

0.000Air Blank 04:27

0.080Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 05/28/2025 11:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:1805/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:43

Panama City Beach PD

SHAVER,COLTON

03/25/2027

403005538

Panama City PD

MOSS,ROBERT,R

FERNANDEZ

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:34

0.080Control Test 20:34

0.000Air Blank 20:34

# 1 0.149Subject Sample 20:38 Volume Not Met

0.515Breath Volume 20:38

0.000Air Blank 20:38

0.000Air Blank 20:40

# 2 0.176Subject Sample 20:43 Volume Not Met

0.500Breath Volume 20:43

0.000Air Blank 20:44

0.081Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:0605/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:43

Panama City Beach PD

SHAVER,COLTON

03/25/2027

403005538

Panama City PD

MOSS,ROBERT,R

FERNANDEZ

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:47

0.079Control Test 20:48

0.000Air Blank 20:48

# 1 0.196Subject Sample 20:50

1.519Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:52

# 2 0.185Subject Sample 20:53

1.445Breath Volume 20:53

0.000Air Blank 20:54

0.080Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 05/17/2025 04:44

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:4305/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:43

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

WIX

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.080Control Test 23:04

0.000Air Blank 23:04

# 1 0.173Subject Sample 23:05

2.109Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.173Subject Sample 23:08

1.777Breath Volume 23:08

0.000Air Blank 23:08

0.080Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:4905/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:30

Panama City Beach PD

MCKEEBY,WADE

03/25/2027

403005538

Panama City Beach PD

MCKEEBY,WADE,S

BEAR

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.080Control Test 04:57

0.000Air Blank 04:57

# 1 0.193Subject Sample 04:58

1.496Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:00

# 2 0.185Subject Sample 05:01

1.203Breath Volume 05:01

0.000Air Blank 05:01

0.080Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3405/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

21:28

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

STAFFORD

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:48

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:52

0.081Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1205/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:22

Panama City Beach PD

SWIFT,MICHAEL

03/25/2027

403005538

Panama City Beach PD

SWIFT,MICHAEL,S

ZOLMAN

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.163Subject Sample 03:22

2.183Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.155Subject Sample 03:26

1.984Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:5705/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

22:01

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

CALL

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:22

# 1 0.123Subject Sample 22:23

2.050Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:25

# 2 0.112Subject Sample 22:26

1.414Breath Volume 22:26

0.000Air Blank 22:27

0.081Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:2905/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:30

Panama City Beach PD

ANDREWS,SHAMAAR

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

VARNADOE

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1 0.289Subject Sample 23:02

1.578Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.281Subject Sample 23:05

1.394Breath Volume 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:5105/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:40

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

SONNENBERG

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.081Control Test 03:01

0.000Air Blank 03:02

# 1Subject Sample 03:05 No Sample Provided

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.264Subject Sample 03:08

1.296Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 3 0.273Subject Sample 03:14 Volume Not Met

0.117Breath Volume 03:14

0.000Air Blank 03:14

0.082Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:3005/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:40

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

SONNENBERG

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.081Control Test 03:20

0.000Air Blank 03:20

# 1 0.263Subject Sample 03:21

1.433Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.271Subject Sample 03:24

1.742Breath Volume 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2305/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:31

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

BEARB

04/04/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1 0.000Subject Sample 03:53

1.722Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.000Subject Sample 03:56

1.949Breath Volume 03:56

0.000Air Blank 03:56

0.081Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:3405/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:52

Panama City Beach PD

TAYLOR,TREVOR

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

MOBLEY

05/14/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:13

# 1 0.178Subject Sample 23:14

2.250Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.174Subject Sample 23:17

2.136Breath Volume 23:17

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 05/17/2025 04:45

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:4005/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:39

Panama City Beach PD

ANDREWS,SHAMAAR

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

SMITH

05/14/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:10

# 1 0.133Subject Sample 04:11

1.437Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.129Subject Sample 04:15

1.535Breath Volume 04:15

0.000Air Blank 04:15

0.080Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 06/12/2025 14:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:0505/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:48

Panama City Beach PD

MCKEEBY,WADE

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

MONROE

05/14/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:10

# 1 0.226Subject Sample 00:11

1.105Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.229Subject Sample 00:14

1.210Breath Volume 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:16

Data Download Date/Time: 06/12/2025 14:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:1405/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

22:17

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

MCCARTNEY

05/14/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.080Control Test 22:38

0.000Air Blank 22:38

# 1 0.000Subject Sample 22:38

1.792Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.000Subject Sample 22:41

1.515Breath Volume 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 06/12/2025 14:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:0105/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

19:07

Panama City Beach PD

DAVIS,LEANDREA

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

POSEY

05/14/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.080Control Test 19:28

0.000Air Blank 19:28

# 1 0.117Subject Sample 19:29

1.597Breath Volume 19:29

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.118Subject Sample 19:32

1.488Breath Volume 19:32

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:33

OKDiagnostics Check 19:34

Data Download Date/Time: 06/12/2025 14:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:3405/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:50

Panama City Beach PD

MOSS,ROBERT

03/25/2027

403005538

Panama City Beach PD

MOSS,ROBERT,R

WRIGHT

05/14/2025

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:11

# 1 0.086Subject Sample 23:12

2.285Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.082Subject Sample 23:15

1.593Breath Volume 23:15

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 06/12/2025 14:58

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:2005/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:15

Panama City PD

MCNEIL,RAYMOND

01/17/2027

2402946336

Panama City PD

BLAND,CURTIS,L

HUDSON

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:55

0.079Control Test 21:56

0.000Air Blank 21:56

# 1Subject Sample 21:58 Subject Test Refused

0.000Breath Volume 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:3905/02/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:15

Panama City PD

BUNCH,BRADFORD

01/17/2027

2402946336

Panama City PD

BLAND,CURTIS,L

BARLUP

04/05/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.078Control Test 22:07

0.000Air Blank 22:07

# 1 0.000Subject Sample 22:08

1.750Breath Volume 22:08

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.000Subject Sample 22:11

1.308Breath Volume 22:11

0.000Air Blank 22:11

0.079Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 05/04/2025 03:14

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:2805/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:34

Panama City PD

ZIPF,RICHARD

01/17/2027

2402946336

Panama City PD

KINGRY,HOBIE,R

DISILKY

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.080Control Test 22:12

0.000Air Blank 22:13

# 1Subject Sample 22:14 Subject Test Refused

0.000Breath Volume 22:14

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 06/02/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:4005/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:35

Panama City PD

GLASS,BRENDON

01/17/2027

2402946336

Panama City PD

STALNAKER,DILLON,L

TAFOYA

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

# 1 0.221Subject Sample 01:08

2.640Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.220Subject Sample 01:11

2.625Breath Volume 01:11

0.000Air Blank 01:11

0.078Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 06/02/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0405/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:37

Panama City PD

HAVLICEK,LENA

01/17/2027

2402946336

Lynn Haven PD

STALNAKER,DILLON,L

LAY

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

# 1 0.010Subject Sample 01:21

2.136Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.008Subject Sample 01:24

1.921Breath Volume 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:26

Data Download Date/Time: 06/02/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:3605/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:40

Panama City PD

JONES,DANIEL

01/17/2027

2402946336

Panama City PD

JONES,DANIEL,L

CASTANEDA

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:21

# 1 0.172Subject Sample 00:25 Volume Not Met

0.000Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.158Subject Sample 00:28

1.726Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 3 0.161Subject Sample 00:32

3.214Breath Volume 00:32

0.000Air Blank 00:32

0.078Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 06/02/2025 10:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0705/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:57

Panama City PD

ALLYN,WILLIAM

01/17/2027

2402946336

Panama City PD

ALLYN,WILLIAM,P

PETERSON

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:31

0.000Air Blank 01:31

# 1 0.116Subject Sample 01:32

2.136Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 2 0.111Subject Sample 01:35

2.109Breath Volume 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:3205/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:12

Panama City PD

MORENO,JACOB

01/17/2027

2402946336

Panama City PD

HOLMES,KYLE,F

WINN

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

# 1 0.061Subject Sample 22:46

1.203Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.066Subject Sample 22:51

1.222Breath Volume 22:51

0.000Air Blank 22:51

0.079Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:4805/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:29

Panama City PD

BUNCH,BRADFORD

01/17/2027

2402946336

Panama City PD

HOLMES,KYLE,F

ZORNS JR

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.078Control Test 03:06

0.000Air Blank 03:06

# 1 0.075Subject Sample 03:07

1.644Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.076Subject Sample 03:10

1.410Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:5505/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:21

Panama City PD

ALLYN,WILLIAM

01/17/2027

2402946336

Panama City PD

ALLYN,WILLIAM,P

DONALDSON

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:05

0.078Control Test 23:05

0.000Air Blank 23:05

# 1 0.180Subject Sample 23:06

1.386Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:08

# 2 0.179Subject Sample 23:09

1.695Breath Volume 23:09

0.000Air Blank 23:10

0.078Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:5805/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:26

Panama City PD

ZIPF,RICHARD

01/17/2027

2402946336

Panama City PD

CADY,ELISE,N

KIMBALL

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

# 1 0.251Subject Sample 03:06

1.738Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.248Subject Sample 03:09

1.816Breath Volume 03:09

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5905/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:24

Panama City PD

STALNAKER,TEDDY

01/17/2027

2402946336

Panama City PD

STALNAKER,TEDDY,L

JENKINS

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.078Control Test 00:56

0.000Air Blank 00:56

# 1 0.214Subject Sample 00:58

3.332Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.201Subject Sample 01:01

2.113Breath Volume 01:01

0.000Air Blank 01:02

0.078Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:5505/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:15

Panama City PD

STALNAKER,TEDDY

01/17/2027

2402946336

Panama City PD

STALNAKER,TEDDY,L

KOPP

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.077Control Test 04:48

0.000Air Blank 04:48

# 1 0.236Subject Sample 04:49

3.992Breath Volume 04:49

0.000Air Blank 04:50

Air Blank 04:51 RFI Detect

0.000Air Blank 04:52

0.078Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0805/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:15

Panama City PD

STALNAKER,TEDDY

01/17/2027

2402946336

Panama City PD

STALNAKER,TEDDY,L

KOPP

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.078Control Test 04:56

0.000Air Blank 04:56

# 1 0.221Subject Sample 04:57

2.867Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 04:59

# 2 0.225Subject Sample 05:00

3.871Breath Volume 05:00

0.000Air Blank 05:01

0.077Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:4005/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:23

Panama City PD

SASSER,PATRICK

01/17/2027

2402946336

Panama City PD

HOLMES,KYLE,F

WILLIAMS

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.078Control Test 04:57

0.000Air Blank 04:57

# 1 0.159Subject Sample 04:59

1.429Breath Volume 04:59

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.161Subject Sample 05:02

1.656Breath Volume 05:02

0.000Air Blank 05:02

0.077Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:0005/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:40

Panama City PD

ZIPF,RICHARD

01/17/2027

2402946336

Panama City PD

BLAND,CURTIS,L

DOUGLAS

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.078Control Test 22:22

0.000Air Blank 22:23

# 1 0.000Subject Sample 22:23

2.003Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.000Subject Sample 22:26

1.679Breath Volume 22:26

0.000Air Blank 22:27

0.078Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:28

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4805/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:52

Panama City PD

ZIPF,RICHARD

01/17/2027

2402946336

Panama City PD

NELSON,GARRETT,R

FRANCE

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.079Control Test 22:31

0.000Air Blank 22:31

# 1 0.033Subject Sample 22:33

1.171Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.032Subject Sample 22:36

1.480Breath Volume 22:36

0.000Air Blank 22:36

0.078Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:5405/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:04

14:57

Panama City PD

GAY,JON

01/17/2027

2402946336

Panama City PD

GAY,JON,D

DOUGLAS

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:25

0.000Air Blank 15:25

0.079Control Test 15:25

0.000Air Blank 15:26

# 1 0.024Subject Sample 15:29

1.449Breath Volume 15:29

0.000Air Blank 15:29

0.000Air Blank 15:31

# 2 0.022Subject Sample 15:32

1.695Breath Volume 15:32

0.000Air Blank 15:33

0.077Control Test 15:33

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:4905/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

05:04

Panama City PD

ZIPF,RICHARD

01/17/2027

2402946336

Panama City PD

CADY,ELISE,N

BRIGGS

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:33

0.078Control Test 05:33

0.000Air Blank 05:34

# 1 0.208Subject Sample 05:36

1.855Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.212Subject Sample 05:40

2.093Breath Volume 05:40

0.000Air Blank 05:40

0.078Control Test 05:41

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:3305/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:55

Panama City PD

ZIPF,RICHARD

01/17/2027

2402946336

Panama City PD

TURNER,JONATHAN,R

ABBOTT

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.078Control Test 04:28

0.000Air Blank 04:29

# 1 0.222Subject Sample 04:29

1.179Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.234Subject Sample 04:33

1.402Breath Volume 04:33

0.000Air Blank 04:33

0.078Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:3905/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:28

17:06

Panama City PD

KNOBEL,EARL

01/17/2027

2402946336

Panama City PD

KNOBEL,EARL,L

NOE

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:48

0.000Air Blank 17:49

0.077Control Test 17:49

0.000Air Blank 17:49

# 1 0.268Subject Sample 17:50

2.488Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:53

# 2 0.271Subject Sample 17:56

2.378Breath Volume 17:56

0.000Air Blank 17:56

0.079Control Test 17:57

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:4405/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

21:05

Panama City PD

MAGUADOG,SHAUN

01/17/2027

2402946336

Panama City PD

WARREN,LEXEY,B

WARREN

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:33

0.000Air Blank 21:34

0.079Control Test 21:34

0.000Air Blank 21:35

# 1Subject Sample 21:36 Subject Test Refused

0.000Breath Volume 21:36

0.000Air Blank 21:36

0.078Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:5105/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

21:05

Panama City PD

MAGUADOG,SHAUN

01/17/2027

2402946336

Panama City PD

KINGRY,HOBIE,R

WARREN

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.079Control Test 21:43

0.000Air Blank 21:44

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:44

0.079Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:1505/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

11:17

Panama City PD

KINGRY,HOBIE

01/17/2027

2402946336

Panama City PD

KINGRY,HOBIE,R

BARKHAUS

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.078Control Test 23:53

0.000Air Blank 23:53

# 1 0.166Subject Sample 23:54

2.742Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.156Subject Sample 23:57

2.324Breath Volume 23:57

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:33:4705/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:07

07:32

Panama City PD

CASEY,TYLER

01/17/2027

2402946336

Panama City PD

CASEY,TYLER,J

DAVIS

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:27

0.000Air Blank 08:27

0.079Control Test 08:27

0.000Air Blank 08:28

# 1 0.042Subject Sample 08:29

2.765Breath Volume 08:29

0.000Air Blank 08:29

0.000Air Blank 08:31

# 2 0.040Subject Sample 08:32

1.566Breath Volume 08:32

0.000Air Blank 08:32

0.079Control Test 08:33

0.000Air Blank 08:33

OKDiagnostics Check 08:33

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:4805/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:48

Panama City PD

HALE,CALEB

01/17/2027

2402946336

Panama City PD

SOUTH,DAMIAN,W

BROWN

05/04/2025

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:31

# 1 0.270Subject Sample 22:32

3.667Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:34

# 2 0.270Subject Sample 22:35

3.578Breath Volume 22:35

0.000Air Blank 22:35

0.079Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 06/02/2025 10:21

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:1705/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

17:45

17:45

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

05/12/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:18

0.000Air Blank 18:18

0.082Control Test 18:19

0.000Air Blank 18:19

# 1 0.000Subject Sample 18:20

2.832Breath Volume 18:20

0.000Air Blank 18:20

0.000Air Blank 18:22

# 2 0.000Subject Sample 18:22

2.800Breath Volume 18:22

0.000Air Blank 18:23

0.082Control Test 18:23

0.000Air Blank 18:24

OKDiagnostics Check 18:24

Data Download Date/Time: 06/01/2025 15:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:1905/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

17:40

17:40

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

05/12/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:04

0.000Air Blank 18:04

0.082Control Test 18:05

0.000Air Blank 18:05

# 1 0.000Subject Sample 18:06

3.140Breath Volume 18:06

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2 0.000Subject Sample 18:08

2.859Breath Volume 18:08

0.000Air Blank 18:09

0.082Control Test 18:09

0.000Air Blank 18:10

OKDiagnostics Check 18:10

Data Download Date/Time: 06/01/2025 15:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:1905/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

05:07

05:07

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

05/12/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.082Control Test 05:32

0.000Air Blank 05:32

# 1 0.000Subject Sample 05:33

3.464Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.000Subject Sample 05:35

2.523Breath Volume 05:35

0.000Air Blank 05:36

0.082Control Test 05:36

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 06/01/2025 15:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:20:2205/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

07:50

07:50

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

05/12/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:14

0.000Air Blank 08:14

0.082Control Test 08:15

0.000Air Blank 08:15

# 1 0.000Subject Sample 08:16

2.570Breath Volume 08:16

0.000Air Blank 08:16

0.000Air Blank 08:18

# 2 0.000Subject Sample 08:19

2.488Breath Volume 08:19

0.000Air Blank 08:19

0.083Control Test 08:19

0.000Air Blank 08:20

OKDiagnostics Check 08:20

Data Download Date/Time: 06/01/2025 15:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:55:1005/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:31

15:31

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

05/12/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:53

0.000Air Blank 15:53

0.082Control Test 15:54

Air Blank 15:54 RFI Detect

0.000Air Blank 15:55

Data Download Date/Time: 06/01/2025 15:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:02:3605/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:31

15:31

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

05/12/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:56

0.000Air Blank 15:57

0.082Control Test 15:57

0.000Air Blank 15:57

# 1 0.000Subject Sample 15:58

2.574Breath Volume 15:58

0.000Air Blank 15:58

0.000Air Blank 16:00

# 2 0.000Subject Sample 16:01

3.179Breath Volume 16:01

0.000Air Blank 16:01

0.083Control Test 16:02

0.000Air Blank 16:02

OKDiagnostics Check 16:02

Data Download Date/Time: 06/01/2025 15:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:5505/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

05:45

05:45

Blountstown PD

JORDAN,KRISTOPHER

01/29/2027

402956578

Blountstown PD

JORDAN,KRISTOPHER,A

DABNEY

05/12/2025

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:10

0.000Air Blank 06:10

0.083Control Test 06:10

0.000Air Blank 06:11

# 1 0.000Subject Sample 06:11

2.171Breath Volume 06:11

0.000Air Blank 06:12

0.000Air Blank 06:14

# 2 0.000Subject Sample 06:14

3.238Breath Volume 06:14

0.000Air Blank 06:15

0.083Control Test 06:15

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 06/01/2025 15:39

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:4305/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:46

MONROE COUNTY SO

PARKER,DAVID

02/10/2025

402357111

MONROE COUNTY SO

PARKER,DAVID,A

THOMPSON

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:34

0.079Control Test 20:34

0.000Air Blank 20:35

# 1Subject Sample 20:35 Subject Test Refused

0.000Breath Volume 20:35

0.000Air Blank 20:35

0.079Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:1705/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:33

MONROE COUNTY SO

MARIN,MARIO

02/10/2025

402357111

MONROE COUNTY SO

PARKER,DAVID,A

MIRMELLI

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

# 1 0.000Subject Sample 00:12

1.152Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.000Subject Sample 00:15

1.531Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0605/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:40

FHP TROOP E

LANE,NICHOLAS

02/10/2025

402357111

FHP TROOP E

LANE,NICHOLAS,S

JORDAN

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.078Control Test 00:27

0.000Air Blank 00:28

# 1 0.167Subject Sample 00:28

3.054Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.166Subject Sample 00:31

3.109Breath Volume 00:31

0.000Air Blank 00:32

0.077Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:3305/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:18

MONROE COUNTY SO

HANNA,WARDELL

02/10/2025

402357111

MONROE COUNTY SO

HANNA,WARDELL,P

LOPEZ

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.079Control Test 20:51

0.000Air Blank 20:52

# 1 0.000Subject Sample 20:54

2.492Breath Volume 20:54

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.000Subject Sample 20:57

1.898Breath Volume 20:57

0.000Air Blank 20:57

0.077Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0705/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:12

MONROE COUNTY SO

O'NEILL,CONNOR

09/08/2026

402843437

MONROE COUNTY SO

O'NEILL,CONNOR,M

CARRILES-ALVARADO

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.079Control Test 02:53

0.000Air Blank 02:53

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:3405/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

19:47

FHP TROOP E

POPE,NICHOLAS

02/10/2025

402357111

FHP TROOP E

POPE,NICHOLAS,A

GIRALDO

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.078Control Test 20:38

0.000Air Blank 20:39

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:39

0.078Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5005/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

00:52

MONROE COUNTY SO

HERNANDEZ,JOSE

02/10/2025

402357111

MONROE COUNTY SO

HERNANDEZ,JOSE,C

TIJERINO TREJOS

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.078Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:3705/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:32

MONROE COUNTY SO

CORTES,CHRISTIAN

09/08/2026

402357111

MONROE COUNTY SO

CORTES,CHRISTIAN,

KELLY-BROWN

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.079Control Test 20:50

0.000Air Blank 20:51

# 1 0.067Subject Sample 20:52

1.429Breath Volume 20:52

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.065Subject Sample 20:55

1.492Breath Volume 20:55

0.000Air Blank 20:55

0.078Control Test 20:56

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:5805/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:39

MONROE COUNTY SO

MARIN,MARIO

02/10/2025

402357111

MONROE COUNTY SO

DOMINGUEZ,OSCAR,D

HENRY

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.078Control Test 22:16

0.000Air Blank 22:17

# 1Subject Sample 22:17 Subject Test Refused

0.000Breath Volume 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:3505/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:19

MONROE COUNTY SO

HERNANDEZ,MATTHEW

02/10/2025

402357111

MONROE COUNTY SO

HERNANDEZ,MATTHEW,J

VENGOECHEA

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

# 1Subject Sample 01:02 No Sample Provided

0.000Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2Subject Sample 01:07 Subject Test Refused

0.152Breath Volume 01:07

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:3005/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:46

MONROE COUNTY SO

CORTES,CHRISTIAN

02/10/2025

402357111

MONROE COUNTY SO

CORTES,CHRISTIAN,

ESCLUSA

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:23

# 1 0.158Subject Sample 02:25

1.410Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.157Subject Sample 02:28

2.339Breath Volume 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0305/31/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:09

MONROE COUNTY SO

CASTRO,SHANE

02/10/2025

402357111

MONROE COUNTY SO

CASTRO,SHANE,A

VERNON

05/21/2025

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1Subject Sample 03:07 Subject Test Refused

0.000Breath Volume 03:07

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:09

Data Download Date/Time: 06/09/2025 13:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.


