INSTRUMENT PROCESSING SHEET

I .H L E Agency Desoto Co. SO

S/N.80-007508

Florida Department of Date In 12/21/2021 DI Completion Date 1/3/2022 wship 4dp/u OH/D QAcCMmI QEE
Law Enforcement
Intake By RAW Quality Checks By _RAW Date 01/03/22 Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
U Registration @ Replace External O-Rings O 5L/min—17mm
@ Return from CMI / EE @ Instrument Set Up Verified Q 15L/min —53mm
Visual Inspection: @ R-Value 203 U 30L/min —103mm
B Case & Handle @ Flow Verification (L/s) U R-Value
B Kevboard B Drv Gas Shelf Flow Column # ATP105 U Post Calibration Verification (L/s)
yboa y
B Feet ® Breath Tube 32 mm .156 (.139-.169) | Flow Column #
& Ports W Screws Tight 36 mm .167 (.156 - .190) 32 mm (.139-.169)
53 mm .242 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm .515 (.447-.547) | 53 mm (.228-.278)
® Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
@ Static Bag 1 12V DC Cable Gauge ID # 30793
Notes: @ Stability Checks Maintenance By
Simulator | Serial # Lot #/Exp U Battery Replacement
U Dry Gas Regulator Replacement
0.050 MP6291 202010A U Breath Tube Replacement
10/05/22 Q Other
0.080 MP6292 202010B DI Temp. Checks By RAW
10/05/22 @ Lab Temp °C 21.01
0.200 MP6293 202010D External Digital Therm. ID#: 381189
10/06/22 @ 34°C+-.2 Serial #: MP6291
0.080DGS | N/A AG113403 W 34°C+-2 Serial #: MP6292
05/14/23 W 34°C +-.2 Serial #: MP6293
Calibration Adjustment By Department Inspection By RAW
Barometric Pressure Gauge ID# Barometric Pressure ID# 30793
Simulator | Serial # Lot # Expiration Gauge 1021 Instrument 1020
0.000 N/A N/A Mouth Alcohol Solution Lot # 2021-D
0.040 Acetone Stock Solution Lot # 2021-C
0.100 Simulator Serial Number
- £
0.300 0.050 MP6291
0.080DGS | N/A 0.080 MP6292
U Post Calibration Adjustment Stability Checks 0200 MP6293
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 [ Post-Stability Checks
0.080 @ Stability Checks O Flow Calibration
0.200 @ Calibration Certificate U Form 40
0.080DGs | N/A U Calibration Adjustment 4 Other
Notes/Suggested Service: @ Instrument Complies with Chapter 11D-8, FAC
U Instrument Does Not Comply with Chapter 11D-8, FAC
@ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use
@ Conduct an Agency Inspection Before E}/(igg%ﬁiary Use
David Eliezer oty signedby pavdeiezer k_& 10
Reyes-Rivera Doter2025.01.04 1511008 0500 14:45:45
Tech Review / Date Admis Re\if)é\'?/o) Date
FDLE/ATP Form 48 January 2021 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program

For Internal ATP Use ONLY




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: DESOTO COUNTY S.O. Serial Number: 80-007508
Time of Inspection: 17:06 Date of Inspection: 01/03/2022 Software: 8100.27
| Check or Test YES NO Check or Test YES NO
rDiagnostic Check Date and/or Time Adjusted ]
(Pre-Inspection): OK Yes No |
Minimum Sample Volume Barometric Pressure Sensor
| Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
| Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
[ Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202010A Lot#:2020108B Lot#:202010D (g/210L)
Exp: 10/05/2022 Exp: 10/05/2022 Exp: 10/06/2022 Lot#:AG113403
Exp: 05/14/2023
0.000 0.048 0.078 0.198 0.000 / 0.080
0.000 0.048 0.079 0.198 0.000 / 0.080
0.000 0.049 0.078 0.198 0.000 / 0.080
0.000 0.048 0.079 0.198 0.080 / 0.080
0.000 0.048 0.079 0.198 0.080 / 0.080
0.000 0.049 0.079 0.198 0.080 / 0.080
[ 0.000 0.048 0.078 0.199 0.080 / 0.079
0.000 0.048 0.079 0.1¢98 0.080 / 0.080
0.000 0.049 0.079 0.198 0.080 / 0.080
l0.000 ‘0.048 0.079 0.198 0.080 / 0.0804
| standard peviations | 0.0004 0.0004 0.0003 | 0.0386 / 0.0003 |

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:
08: Control Outside Tolerance, FORGOT TO PLUG IN HOSE..

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I perf ijispection in accordance with the provisions of Chapter 11D-8, FAC.

RICHARD A WILLIAMS

ignature and Printed Name

01/03/2022
Date

FDLE/ATP Form 41 —Revised August 2005



DESQTO COUNTY 5.0,
Intoxilyzer - Alcohol Analyzer

Kodel 8010 SN 80-007508
1170372022

Softuare: 8100.27

Test gfelil Time
Air Blank 0.000 14:15
Control Test 0.047 14:15
Rir Blank 0.000 14:16
Control Test 0.048 14:17
Rir Blars 0,000 14:17
Contro! Test 0.048 14:18
Rir Blank 0.000 14:18

{ontrol Test Stats
Ruerage 0.0477
Std Dev 0.0006
Rel Std Dev(’d> 1.2112

V05

)

Operator’s Signature

OESOTO COUNTY S.0. N

Intoxilyzer - Rlcohol Analyzer

Model 8000 SN 80-007508
1170372022

Softuare: 8100,27

Test o/2l0L Time
Air Blank 0,000 14:20
Control Test 0,078 14:21
Rir Blank 0.000 14:21
Control Test 0.079 14:22
Air Blank 0.000 14:22
Control Test 0.078 14:23
Air Blan 0.000 14:24
Control Test Stats

Rverage 0,0783

Std Dev 0,0006

Rel Std Dew(X) 0.7370

c08

wei

(perator’s Signature

DESOTO COUNTY S.0.

Intoxilyzer - Alcohol Analyzer
Mode! 8000 SN 80-007508
01/03/2022
Software: 8100.27

Test g/2liL Tine
Rir Blank 0.000 14:34
Control Test 0,080 14:34
Air Blank 0,000 14:35
Control Test 0,080 14:35
Rir Blank 0,000 14:36
Control Test 0,079 14:36
Rir Blank 0,000 14:37
Control Test Stats

Average 0.0797

Std Dev 0.0006

Rel Std Dew(’) 0.7247
.08
DG5S
PV

Uperat05’§“ﬁfgr§fﬁre

DESOTO COUNTY S.0.
Intoxilyzer - Rlcohol Analyzer

Mode! 8000 SN 80-007508
0170372022

Softuare: 8100.27

Test a/2ll Time
fir Blank 0.000 14:25
Control Test 0.197 14:26
Rir Blank 0,000 14:27
Control Test 0,198 14:27
fir Blank 0.000 14:28
Contro] Test 1.198 14:28
Rir Blank 0.000 14:29
Control Test Stats

fverage 0.1977

Std Dev 0.0006

Rel Std Dev(%) 0.2921

¢ JO

an

Operator’s Signature

Stabrlidly Cheats

H0-007508
ol | 03] ¥
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OESOTO COUNTY S.0.
Intoxi lyzer - Rlcohol Analyzer

Mode! 8000 SN 80-007508
04/04/2022

Softuare: 8100.27

Test g/eliL Time
Air Blank 0,000 14:35
Control Test 0.048 14:35
fir Blank 0.000 14:36
Control Test 0.048 14:37
fir Blank 0,000 14:37
Control Test 0,049 14:38
Air Blank 0,000 14:38
Control Test Stats

Average 0.0483

Std Dev 0.0006

Rel Std Dev(%) 1.1945

v,

Operator’s Signature

Stabaly Checks

DESQTO COUNTY S.0.
Intoxilyzer - Rlcohol Analyzer
Mode! 8000 SN 80-007508
04/04/2022
Softuare: 8100.27
Test g/oliL Time
Rir Blank 0,000 14:40
Control Test 0.078 14:41
Rir Blank 0,000 14:41
Control Test 0.079 14:42
Rir Blank 0,000 14:43
Control Test 0.079 14:43
Rir Blank 0,000 14:44
Control Test Stats

Average 0,0787

Std Dev 0,0006

Rel Std Dev() 0.7339

wey
vz,
Operator’s Signature

DESOTO COUNTY S.0.

Intoxilyzer - Rlcohol Analyzer

Mode! 8000 SN 80-007508
14/04/2022

Softuare: 8100.27

Test g/2loL Time
fir Blank 0,000 14:52
Control Test 0.080 14:52
Rir Blank 0.000 14:53
Control Test 0.079 14:53
Air Blank 0.000 14:54
Control Test 0.079 14:54
fir Blank 0,000 14:55
Control Test Stats

Average 0.0793

Std Dev 0.0006

Rel Std Dev(’) 0.7277

Dry
4

Operator's Signature

DESOTO COUNTY S.0.
Intoxilyzer - Rlcohol Analyzer

Mode! 8000 SN 80-007508
04/04/2022

Software: 8100.27

Test g/2liL Time
Air Blank 0.000 14:47
Control Test 0.199 14:48
Rir Blank 0.000 14:49
Contro] Test 0.199 14:49
Rir Blank 0,000 14:50
Control Test 0.198 14:51
Rir Blank 0.000 14:51
Control Test Stats

Average 0.1987

Std Dev 0,0006

Rel Std Dev(X)  0.2906

W

Operator’s Signature
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-007508
Software: 8100.27

Agency: DESOTO COUNTY S.O.

Time of Inspection: 14:02 Date of Inspection: 04/04/2022

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
No
Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspection): OK 5
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
EXp: EXp: EXp: Lot#:
Exp:

Number of Simulators Used:

Remarks:
BYPASSED AI TO OPERATE INSTRUMENT

tz;7 s
w/h comphance ot determined

The above instrument complies ( (/x’/5 does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in,aCijj:;;::ffth the provisions of Chapter 11D-8, FAC.
\/’/’,?/,’/:,/;37/ // 7 ISRAEL SOTO

Signature and Printed Name

04/04/2022
Date

FDLE/ATP Form 40 — March 2004
















