
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:02:3904/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:30

13:18

Palm Bay PD

HODGDON,TODD

10/05/2025

24923080A4

Palm Bay PD

HODGDON,TODD,S

PALUMBO

03/27/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:56

0.000Air Blank 13:56

0.079Control Test 13:57

0.000Air Blank 13:57

# 1 0.061Subject Sample 13:58

1.949Breath Volume 13:58

0.000Air Blank 13:58

0.000Air Blank 14:00

# 2 0.058Subject Sample 14:01

1.574Breath Volume 14:01

0.000Air Blank 14:01

0.079Control Test 14:02

0.000Air Blank 14:02

OKDiagnostics Check 14:02

Data Download Date/Time: 04/30/2025 10:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0004/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:45

Palm Bay PD

RIS,DILLON

10/05/2025

24923080A4

Palm Bay PD

ZAMOR,CHELO,

PERMISSION

03/27/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:55

0.000Air Blank 22:55

# 1 0.130Subject Sample 22:56

2.562Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.126Subject Sample 22:59

2.480Breath Volume 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:01

Data Download Date/Time: 04/30/2025 10:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:0304/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:58

Palm Bay PD

RIS,DILLON

10/05/2025

24923080A4

Palm Bay PD

TORRES,CORINNE,

GOPAUL

03/27/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

# 1 0.227Subject Sample 01:57

2.320Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 01:59

# 2 0.222Subject Sample 02:00

2.156Breath Volume 02:00

0.000Air Blank 02:01

0.075Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:02

Data Download Date/Time: 04/30/2025 10:53

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:27:5404/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:57

06:22

Palm Bay PD

DEAN,ISAAC

10/05/2025

24923080A4

Palm Bay PD

FERINO,WESLEY,G

FLETCHER

03/27/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:20

0.000Air Blank 07:21

0.081Control Test 07:21

0.000Air Blank 07:22

# 1 0.167Subject Sample 07:22

1.746Breath Volume 07:22

0.000Air Blank 07:23

0.000Air Blank 07:25

# 2 0.161Subject Sample 07:26

1.621Breath Volume 07:26

0.000Air Blank 07:26

0.080Control Test 07:27

0.000Air Blank 07:27

OKDiagnostics Check 07:27

Data Download Date/Time: 04/30/2025 10:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3704/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:29

Palm Bay PD

COON,DAVID

10/05/2025

24923080A4

Palm Bay PD

COON,DAVID,

SANCHEZ CONCEPCION

03/27/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.079Control Test 03:27

0.000Air Blank 03:27

# 1 0.179Subject Sample 03:28

1.675Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.175Subject Sample 03:30

1.332Breath Volume 03:30

0.000Air Blank 03:31

0.078Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 04/30/2025 10:54

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:4604/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:25

Pinellas Park PD

ADAMS,STERLING

11/05/2025

28423080A4

Pinellas Park PD

ADAMS,STERLING,M

FOULKS

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1 0.000Subject Sample 02:49

2.328Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.000Subject Sample 02:52

2.167Breath Volume 02:52

0.000Air Blank 02:52

0.079Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:0804/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:17

Pinellas Park PD

ADAMS,STERLING

11/05/2025

28423080A4

Pinellas Park PD

ADAMS,STERLING,M

WILEY

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:08

0.078Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2004/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:19

Pinellas Park PD

ADAMS,STERLING

11/05/2025

28423080A4

Pinellas Park PD

ADAMS,STERLING,M

VISO

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.078Control Test 02:54

0.000Air Blank 02:54

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.077Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:3904/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:15

Pinellas Park PD

SMITH,JAYSON

11/05/2025

28423080A4

Pinellas Park PD

SMITH,JAYSON,P

UNGER

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:01

Air Blank 21:02 RFI Detect

0.000Air Blank 21:02

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:0604/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:15

Pinellas Park PD

SMITH,JAYSON

11/05/2025

28423080A4

Pinellas Park PD

SMITH,JAYSON,P

UNGER

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.079Control Test 21:06

0.000Air Blank 21:07

# 1 0.134Subject Sample 21:08

1.144Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:10

# 2 0.124Subject Sample 21:12

1.152Breath Volume 21:12

0.000Air Blank 21:13

0.078Control Test 21:13

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:0404/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:26

Pinellas Park PD

GUY,JOSHUA

11/05/2025

28423080A4

Pinellas Park PD

GUY,JOSHUA,A

BEDINGHAUS

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:54

# 1 0.000Subject Sample 22:54

2.507Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.000Subject Sample 22:57

3.222Breath Volume 22:57

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:59

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:3804/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:17

Pinellas Park PD

GUY,JOSHUA

11/05/2025

28423080A4

Pinellas Park PD

GUY,JOSHUA,A

ALLEMAN

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.079Control Test 22:16

0.000Air Blank 22:16

# 1 0.037Subject Sample 22:17

3.164Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.035Subject Sample 22:20

2.093Breath Volume 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0704/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:25

Pinellas Park PD

GUY,JOSHUA

11/05/2025

28423080A4

Pinellas Park PD

GUY,JOSHUA,A

PRESSOIR

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

# 1 0.168Subject Sample 03:06

2.027Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.160Subject Sample 03:10

1.871Breath Volume 03:10

0.000Air Blank 03:11

0.077Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:4604/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:32

Pinellas Park PD

ADAMS,STERLING

11/05/2025

28423080A4

Pinellas Park PD

ADAMS,STERLING,M

JACKSON

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:17

# 1Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:17

0.078Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:3304/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

23:08

Pinellas Park PD

ADAMS,STERLING

11/05/2025

28423080A4

Pinellas Park PD

ADAMS,STERLING,M

PHAM

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.079Control Test 23:34

0.000Air Blank 23:35

# 1 0.000Subject Sample 23:35

1.824Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.000Subject Sample 23:38

1.792Breath Volume 23:38

0.000Air Blank 23:38

0.079Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:0004/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

18:51

Pinellas Park PD

ADAMS,STERLING

11/05/2025

28423080A4

Pinellas Park PD

ADAMS,STERLING,M

KASPAR

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:43

0.079Control Test 19:43

0.000Air Blank 19:44

# 1 0.000Subject Sample 19:44

1.570Breath Volume 19:44

0.000Air Blank 19:44

0.000Air Blank 19:47

# 2 0.000Subject Sample 19:47

1.468Breath Volume 19:47

0.000Air Blank 19:48

0.079Control Test 19:48

0.000Air Blank 19:48

OKDiagnostics Check 19:49

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:4104/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:20

Pinellas Park PD

GUY,JOSHUA

11/05/2025

28423080A4

Pinellas Park PD

GUY,JOSHUA,A

PLOURB

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:51

# 1 0.000Subject Sample 22:52

1.726Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.000Subject Sample 22:55

1.574Breath Volume 22:55

0.000Air Blank 22:55

0.079Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:1804/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:27

Pinellas Park PD

ADAMS,STERLING

11/05/2025

28423080A4

Pinellas Park PD

ADAMS,STERLING,M

SUAREZ VILCHES

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

# 1 0.098Subject Sample 04:01

2.496Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.096Subject Sample 04:04

1.386Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:3104/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:03

Pinellas Park PD

RESSLER,GREYSON

11/05/2025

28423080A4

Pinellas Park PD

RESSLER,GREYSON,L

MORRIS

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.079Control Test 20:01

0.000Air Blank 20:01

# 1 0.000Subject Sample 20:02

3.386Breath Volume 20:02

0.000Air Blank 20:02

0.000Air Blank 20:04

# 2 0.000Subject Sample 20:05

3.140Breath Volume 20:05

0.000Air Blank 20:05

0.078Control Test 20:05

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:0004/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:17

Pinellas Park PD

ADAMS,STERLING

11/05/2025

28423080A4

Pinellas Park PD

ADAMS,STERLING,M

GARCIA LARDUET

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

# 1 0.169Subject Sample 04:56

1.566Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:58

# 2 0.169Subject Sample 05:01

1.203Breath Volume 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:03

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:4104/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

17:34

Pinellas Park PD

HUFF,ZACHARY

11/05/2025

28423080A4

Pinellas Park PD

SIMPKINS,BENJAMIN,F

WELKER

04/02/2025

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:36

0.079Control Test 18:36

0.000Air Blank 18:36

# 1 0.174Subject Sample 18:39

1.558Breath Volume 18:39

0.000Air Blank 18:39

0.000Air Blank 18:41

# 2 0.168Subject Sample 18:42

1.550Breath Volume 18:42

0.000Air Blank 18:42

0.078Control Test 18:43

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 06/04/2025 17:42

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:3204/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:17

16:57

Charlotte County SO

STEPHENS,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

MONN,CLARENCE,

WERMAN

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:45

0.080Control Test 18:46

0.000Air Blank 18:46

# 1 0.119Subject Sample 18:49

1.585Breath Volume 18:49

0.000Air Blank 18:50

0.000Air Blank 18:52

# 2 0.123Subject Sample 18:55

1.101Breath Volume 18:55

0.000Air Blank 18:55

0.081Control Test 18:55

0.000Air Blank 18:56

OKDiagnostics Check 18:56

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:0704/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

19:41

Charlotte County SO

LONGO,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

MONN,CLARENCE,

BENSCH

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:44

0.081Control Test 20:44

0.000Air Blank 20:45

# 1 0.231Subject Sample 20:48 Volume Not Met

0.078Breath Volume 20:48

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.255Subject Sample 20:53

1.109Breath Volume 20:53

0.000Air Blank 20:54

0.000Air Blank 20:56

# 3 0.219Subject Sample 20:59 Volume Not Met

0.015Breath Volume 20:59

0.000Air Blank 21:00

0.078Control Test 21:00

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:0004/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:36

FHP Troop F

SMYRNIOS,AUSTIN

04/05/2025

06723080A5

FHP Troop F

SMYRNIOS,AUSTIN,W

SABAL

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.080Control Test 22:58

0.000Air Blank 22:58

# 1 0.181Subject Sample 22:59

1.292Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:01

# 2 0.185Subject Sample 23:02

1.687Breath Volume 23:02

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:04

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:4904/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:34

Charlotte County SO

MORA,DEPUTY

04/05/2025

06723080A5

Charlotte County SO

MONN,CLARENCE,

WREN

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.080Control Test 05:11

0.000Air Blank 05:12

# 1 0.229Subject Sample 05:15 Volume Not Met

0.187Breath Volume 05:15

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.250Subject Sample 05:19

1.652Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:21

# 3 0.254Subject Sample 05:23

1.628Breath Volume 05:23

0.000Air Blank 05:23

0.079Control Test 05:24

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:2704/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:17

Charlotte County SO

FARLEY,J

04/05/2025

06723080A5

Punta Gorda PD

WILES,MICHAEL,P

DUGAN

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.082Control Test 02:57

0.000Air Blank 02:58

# 1 0.137Subject Sample 02:58

3.175Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.143Subject Sample 03:01

4.546Breath Volume 03:01

0.000Air Blank 03:02

0.081Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:1604/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

19:35

Charlotte County SO

CHANDLER,B

04/05/2025

06723080A5

Charlotte County SO

WILES,MICHAEL,P

KOTTHOFF

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.081Control Test 21:58

0.000Air Blank 21:58

# 1 0.171Subject Sample 21:59

1.988Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:01

# 2 0.176Subject Sample 22:02

2.335Breath Volume 22:02

0.000Air Blank 22:03

0.081Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:4204/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:36

Charlotte County SO

MAYFIELD,M

04/05/2025

06723080A5

Charlotte County SO

WILES,MICHAEL,P

WILLIS

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.081Control Test 22:39

0.000Air Blank 22:40

# 1 0.000Subject Sample 22:41

1.753Breath Volume 22:41

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.000Subject Sample 22:44

2.425Breath Volume 22:44

0.000Air Blank 22:44

0.081Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:04:2304/16/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:40

Charlotte County SO

MORITZ,J

04/05/2025

06723080A5

Charlotte County SO

YENNA,BRITTANY,A

FOURMAN

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:56

0.000Air Blank 17:57

0.082Control Test 17:57

0.000Air Blank 17:57

# 1 0.203Subject Sample 17:59

2.191Breath Volume 17:59

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.198Subject Sample 18:02

1.484Breath Volume 18:02

0.000Air Blank 18:03

0.081Control Test 18:03

0.000Air Blank 18:04

OKDiagnostics Check 18:04

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:5404/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:21

Charlotte County SO

PARRISH,G

04/05/2025

06723080A5

Charlotte County SO

DUNN,CDFC,

WYAS

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:26

# 1 0.313Subject Sample 21:27

1.500Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:29

# 2 0.337Subject Sample 21:30

2.507Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:32

# 3 0.345Subject Sample 21:33

1.324Breath Volume 21:33

0.000Air Blank 21:34

0.079Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:5904/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:00

Charlotte County SO

CARARO,A

04/05/2025

06723080A5

Charlotte County SO

WILES,MICHAEL,P

STACY

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:19

# 1 0.087Subject Sample 00:21

3.136Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.078Subject Sample 00:25

1.425Breath Volume 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:1104/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:43

Charlotte County SO

GERHART,P

04/05/2025

06723080A5

Charlotte County SO

WILES,MICHAEL,P

MEZA

03/09/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.081Control Test 02:57

0.000Air Blank 02:57

# 1 0.106Subject Sample 02:59

1.109Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.112Subject Sample 03:02

1.527Breath Volume 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 04/24/2025 06:57

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:1004/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:56

Clearwater PD

CHANDLER,RYAN

03/05/2026

231603

Clearwater PD

CHANDLER,RYAN,A

SCOTT

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.088Control Test 04:30 Control Outside Tolerance

0.000Air Blank 04:31

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:47:0704/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

15:40

Clearwater PD

STIERS,SETH

03/05/2026

231603

Clearwater PD

STIERS,SETH,T

BOGGS

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:40

0.000Air Blank 16:41

0.079Control Test 16:41

0.000Air Blank 16:41

# 1 0.007Subject Sample 16:42

4.023Breath Volume 16:42

0.000Air Blank 16:43

0.000Air Blank 16:45

# 2 0.000Subject Sample 16:45

3.109Breath Volume 16:45

0.000Air Blank 16:46

0.078Control Test 16:46

0.000Air Blank 16:47

OKDiagnostics Check 16:47

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:5504/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:50

Clearwater PD

NEGERSMITH,DANIEL

03/05/2026

231603

Clearwater PD

NEGERSMITH,DANIEL,M

COOPER

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.079Control Test 23:34

0.000Air Blank 23:34

# 1 0.000Subject Sample 23:35

2.789Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.000Subject Sample 23:38

2.074Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:4004/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:18

Clearwater PD

GILES,OFFICER

03/05/2026

231603

Clearwater PD

GILES,OFFICER,G

KING

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.078Control Test 23:59

0.000Air Blank 23:59

# 1 0.097Subject Sample 00:01

1.750Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.096Subject Sample 00:04

1.585Breath Volume 00:04

0.000Air Blank 00:04

0.079Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:1004/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

04:09

Clearwater PD

LIGHTFOOT,OFC

03/05/2026

231603

Clearwater PD

LIGHTFOOT,OFC,L

JALOOT

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:39

# 1 0.149Subject Sample 04:41

1.156Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.162Subject Sample 04:45

1.730Breath Volume 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:54:4304/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:26

10:00

Clearwater PD

STIERS,S

03/05/2026

231603

Clearwater PD

STIERS,SETH,T

GIL ECHEVERRY

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:46

0.000Air Blank 10:46

0.080Control Test 10:47

0.000Air Blank 10:47

# 1 0.076Subject Sample 10:49

2.187Breath Volume 10:49

0.000Air Blank 10:50

0.000Air Blank 10:52

# 2 0.070Subject Sample 10:53

3.113Breath Volume 10:53

0.000Air Blank 10:53

0.077Control Test 10:54

0.000Air Blank 10:54

OKDiagnostics Check 10:54

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:3804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:00

Clearwater PD

VAN DEUSEN,COLE

03/05/2026

231603

Clearwater PD

VAN DEUSEN,COLE,C

LOPEZ

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:18

0.082Control Test 19:19

0.000Air Blank 19:19

# 1 0.000Subject Sample 19:20

1.328Breath Volume 19:20

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.000Subject Sample 19:23

2.468Breath Volume 19:23

0.000Air Blank 19:23

0.079Control Test 19:24

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4404/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:00

Clearwater PD

CURCIO,ANTHONY

03/05/2026

01524080A2

Clearwater PD

CURCIO,ANTHONY,P

HANSEN

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.079Control Test 02:42

0.000Air Blank 02:42

# 1 0.104Subject Sample 02:43

1.691Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.106Subject Sample 02:46

1.316Breath Volume 02:46

0.000Air Blank 02:46

0.080Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1704/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:44

Clearwater PD

GILES,OFFICER

03/05/2026

231603

Clearwater PD

GILES,OFFICER,G

PAZOS

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.082Control Test 01:21

0.000Air Blank 01:21

# 1 0.327Subject Sample 01:22

2.386Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.326Subject Sample 01:25

1.574Breath Volume 01:25

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:14:5104/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:53

16:16

Clearwater PD

DODSON,H

03/05/2026

231603

Clearwater PD

KELCHNER,M,

MARTIN

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:13

0.000Air Blank 17:13

0.080Control Test 17:14

Air Blank 17:14 RFI Detect

0.000Air Blank 17:14

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:5004/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:53

16:16

Clearwater PD

DODSON,H

03/05/2026

231603

Clearwater PD

KELCHNER,M,

MARTIN

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:17

0.000Air Blank 17:17

0.081Control Test 17:18

0.000Air Blank 17:18

# 1 0.233Subject Sample 17:19

2.574Breath Volume 17:19

0.000Air Blank 17:19

0.000Air Blank 17:21

# 2 0.218Subject Sample 17:22

2.175Breath Volume 17:22

0.000Air Blank 17:22

0.080Control Test 17:23

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:3604/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:06

Clearwater PD

TABAK,I

03/05/2026

231603

Clearwater PD

GILES,OFFICER,G

KNOX

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

# 1 0.213Subject Sample 22:58 Volume Not Met

0.144Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2Subject Sample 23:01 Subject Test Refused

0.000Breath Volume 23:01

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 05/03/2025 00:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:2804/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:38

Clearwater PD

GILES,OFFICER

03/05/2026

231603

Clearwater PD

GILES,OFFICER,G

AMMAR

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.079Control Test 18:53

0.000Air Blank 18:53

# 1 0.000Subject Sample 18:54

1.847Breath Volume 18:54

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.000Subject Sample 18:57

1.738Breath Volume 18:57

0.000Air Blank 18:57

0.079Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:5404/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:56

Clearwater PD

GIARDINO,OFC

03/05/2026

231603

Clearwater PD

LIGHTFOOT,OFC,L

ZENDER

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.082Control Test 23:40

0.000Air Blank 23:41

# 1 0.158Subject Sample 23:42

2.218Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.148Subject Sample 23:45

2.371Breath Volume 23:45

0.000Air Blank 23:45

0.079Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:3004/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:16

Clearwater PD

LIGHTFOOT,OFC

03/05/2026

231603

Clearwater PD

LIGHTFOOT,OFC,L

BARLOW

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.081Control Test 00:54

0.000Air Blank 00:55

# 1 0.178Subject Sample 00:55

2.164Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.177Subject Sample 00:58

1.359Breath Volume 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3204/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:42

Clearwater PD

GILES,OFFICER

03/05/2026

231603

Clearwater PD

GILES,OFFICER,G

VALENTINE

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:18

0.000Air Blank 01:18

# 1 0.041Subject Sample 01:19

3.351Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.039Subject Sample 01:22

2.726Breath Volume 01:22

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:0804/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

21:06

Clearwater PD

REICH,OFC

03/05/2026

231603

Clearwater PD

DELATORRE-CASTELLANO,OFC,

CARMONA NICOLAZ

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.080Control Test 21:46

0.000Air Blank 21:47

# 1 0.234Subject Sample 21:47

2.875Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.224Subject Sample 21:50

1.917Breath Volume 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2004/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:57

Clearwater PD

LIGHTFOOT,OFC

03/05/2026

231603

Clearwater PD

LIGHTFOOT,OFC,L

FLORES

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

# 1Subject Sample 00:48 No Sample Provided

0.000Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2Subject Sample 00:53 No Sample Provided

0.000Breath Volume 00:53

0.000Air Blank 00:54

0.082Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:03:3804/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:37

13:20

Clearwater PD

REICH,OWEN

03/05/2026

231603

Clearwater PD

REICH,OWEN,S

PUMPHREY

03/02/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:57

0.000Air Blank 13:58

0.081Control Test 13:58

0.000Air Blank 13:58

# 1 0.000Subject Sample 13:59

2.343Breath Volume 13:59

0.000Air Blank 13:59

0.000Air Blank 14:01

# 2 0.000Subject Sample 14:02

2.363Breath Volume 14:02

0.000Air Blank 14:02

0.081Control Test 14:03

0.000Air Blank 14:03

OKDiagnostics Check 14:03

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0404/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:27

Clearwater PD

REICH,OWEN

03/05/2026

231603

Clearwater PD

REICH,OWEN,S

SHEFFIELD

04/29/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:27

# 1 0.000Subject Sample 00:27

2.218Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.000Subject Sample 00:30

2.425Breath Volume 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:32

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:4704/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

22:08

Clearwater PD

GILES,OFFICER

03/05/2026

231603

Clearwater PD

GILES,OFFICER,G

BEVAN

04/29/2025

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.080Control Test 22:42

0.000Air Blank 22:42

# 1 0.166Subject Sample 22:43

1.656Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.173Subject Sample 22:46

1.867Breath Volume 22:46

0.000Air Blank 22:46

0.082Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 05/03/2025 00:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:2804/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

18:44

Palm Beach County SO

GASSANT,PATRICK

12/05/2026

32324080A2

Boynton Beach PD

MILLER,THOMASINA,E

DAUGHETY

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:43

0.080Control Test 19:44

0.000Air Blank 19:44

# 1 0.214Subject Sample 19:45

3.394Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.211Subject Sample 19:48

2.578Breath Volume 19:48

0.000Air Blank 19:49

0.081Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:1904/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:29

Palm Beach County SO

CISSON,JACKIE

12/05/2026

32324080A2

Palm Beach County SO

MILLER,THOMASINA,E

VASQUEZ

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

# 1 0.222Subject Sample 22:30

2.503Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.214Subject Sample 22:33

1.890Breath Volume 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:5004/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:48

Palm Beach County SO

SNELGROVE,DYLAN

12/05/2026

32324080A2

Palm Beach County SO

GONZALEZ,MADELIN,

HARNCH

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.081Control Test 23:54

0.000Air Blank 23:54

# 1 0.000Subject Sample 23:55

1.222Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.000Subject Sample 23:58

2.031Breath Volume 23:58

0.000Air Blank 23:58

0.081Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:1904/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:42

Palm Beach County SO

NOEL,KENNETH

12/05/2026

32324080A2

Palm Beach County SO

MILLER,THOMASINA,E

ANDRES TOMAS

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:49

# 1 0.126Subject Sample 00:50

1.472Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.132Subject Sample 00:54

1.398Breath Volume 00:54

0.000Air Blank 00:55

0.082Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0104/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:56

Palm Beach County SO

LAFLEUR,ROBENSON

12/05/2026

32324080A2

FHP Troop L

MILLER,THOMASINA,E

ALVA RUIZ

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:10

0.000Air Blank 03:10

# 1 0.146Subject Sample 03:11

2.574Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.143Subject Sample 03:14

2.117Breath Volume 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:16

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1204/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:05

Palm Beach County SO

SENTMANAT,ADOLFO

12/05/2026

32324080A2

Palm Beach County SO

BELL,JOSHUA,J

MORALES GARZA

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:50

0.000Air Blank 23:51

# 1 0.062Subject Sample 23:51

1.460Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.061Subject Sample 23:54

1.300Breath Volume 23:54

0.000Air Blank 23:55

0.082Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:1904/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:23

Palm Beach County SO

MENDEZ,ALINA

12/05/2026

32324080A2

West Palm Beach PD

MILLER,THOMASINA,E

DHARAMDASS

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:26

# 1 0.185Subject Sample 00:27

1.472Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.179Subject Sample 00:31

1.804Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2304/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

01:52

Palm Beach County SO

DEFILIPPIS,MICHAEL

12/05/2026

32324080A2

Manalapan Pub Safety

MILLER,THOMASINA,E

WEAVER

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

# 1 0.068Subject Sample 03:18 Volume Not Met

0.472Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.066Subject Sample 03:23 Volume Not Met

0.054Breath Volume 03:23

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:0004/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

01:52

Palm Beach County SO

DEFILIPPIS,MICHAEL

12/05/2026

32324080A2

Manalapan Pub Safety

MILLER,THOMASINA,E

WEAVER

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

# 1 0.062Subject Sample 03:49

1.257Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 2 0.063Subject Sample 03:52

1.574Breath Volume 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:54

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:28:2404/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:32

11:20

Palm Beach County SO

SAUNDERS,JOSHUA

12/05/2026

32324080A2

Palm Beach County SO

GONZALEZ,MADELIN,

FULTON

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:20

0.000Air Blank 13:21

0.081Control Test 13:21

0.000Air Blank 13:21

# 1 0.193Subject Sample 13:23

1.816Breath Volume 13:23

0.000Air Blank 13:24

0.000Air Blank 13:26

# 2Subject Sample 13:27 Subject Test Refused

0.000Breath Volume 13:27

0.000Air Blank 13:27

0.079Control Test 13:27

0.000Air Blank 13:28

OKDiagnostics Check 13:28

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0304/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:39

Palm Beach County SO

KUZNETSOV,NIKITA

12/05/2026

32324080A2

Palm Beach Gardens

GONZALEZ,MADELIN,

FRANKENFIELD

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.081Control Test 00:45

0.000Air Blank 00:45

# 1 0.028Subject Sample 00:46

2.078Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:48

# 2 0.029Subject Sample 00:49

2.886Breath Volume 00:49

0.000Air Blank 00:50

0.081Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:51

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4304/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:58

Palm Beach County SO

RE,MICHAEL

12/05/2026

32324080A2

Palm Beach County SO

LEAHEY,THOMAS,H

ALLEN

04/25/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.082Control Test 02:46

0.000Air Blank 02:46

# 1 0.102Subject Sample 02:47

2.898Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.102Subject Sample 02:50

3.292Breath Volume 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 05/09/2025 14:02

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:1704/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:00

Jacksonville SO

GEDERBERG,B

11/05/2026

28424080A3

Jacksonville SO

NORRIS,J,E

CRUZ LOPEZ

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.081Control Test 03:52

0.000Air Blank 03:52

# 1 0.220Subject Sample 03:54

1.648Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.221Subject Sample 03:57

1.562Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:3404/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

22:20

Jacksonville SO

LUGO,R

11/05/2026

28424080A3

Jacksonville SO

CIOPRYNA,GAGE,M

HERNANDEZ

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 00:00

# 1Subject Sample 00:00 Subject Test Refused

0.000Breath Volume 00:00

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:5804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

22:19

Jacksonville SO

GEDERBERG,B

11/05/2026

28424080A3

Jacksonville SO

VYKHRIST,S,C

WEBSTER

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.081Control Test 00:31

0.000Air Blank 00:31

# 1 0.193Subject Sample 00:32

2.089Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:34

# 2 0.198Subject Sample 00:35

2.480Breath Volume 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5304/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:20

Jacksonville SO

MAGYAR,B

11/05/2026

28424080A3

Jacksonville SO

VYKHRIST,S,C

WILLIAMS

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.082Control Test 04:43

0.000Air Blank 04:44

# 1 0.034Subject Sample 04:45

1.695Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.034Subject Sample 04:48

2.742Breath Volume 04:48

0.000Air Blank 04:48

0.081Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:33:1004/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:59

03:43

Jacksonville SO

ELLISON,H

11/05/2026

28424080A3

Jacksonville Beach

VYKHRIST,S,C

GRANT

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:24

0.000Air Blank 06:25

0.081Control Test 06:25

0.000Air Blank 06:25

# 1 0.193Subject Sample 06:28

1.433Breath Volume 06:28

0.000Air Blank 06:28

0.000Air Blank 06:30

# 2 0.186Subject Sample 06:31

1.734Breath Volume 06:31

0.000Air Blank 06:32

0.081Control Test 06:32

0.000Air Blank 06:33

OKDiagnostics Check 06:33

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:1704/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:18

Jacksonville SO

WHISMAN,N

11/05/2026

28424080A3

Jacksonville SO

CIOPRYNA,GAGE,M

ALEMAN LOPEZ

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:08

# 1Subject Sample 00:08 Subject Test Refused

0.000Breath Volume 00:08

0.000Air Blank 00:09

0.081Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0104/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

01:44

Jacksonville SO

KLING,D

11/05/2026

28424080A3

Jacksonville Beach

CIOPRYNA,GAGE,M

SCULLY

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.081Control Test 04:21

0.000Air Blank 04:22

# 1 0.223Subject Sample 04:22

1.296Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.217Subject Sample 04:25

1.628Breath Volume 04:25

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:27

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0204/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

01:00

Jacksonville SO

MORETA,C

11/05/2026

28424080A3

Atlantic Beach PD

CROUCH,L,L

WELSH

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:14

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:16

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3004/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

19:24

Jacksonville Beach

STOINIOFF,C

11/05/2026

28424080A3

Jacksonville Beach

TROTIER,PAUL,F

THOMPSON

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.081Control Test 22:06

0.000Air Blank 22:06

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:4904/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:52

Jacksonville SO

DAVIS,P

11/05/2026

28424080A3

Jacksonville SO

ROCOURT,NIA-NICOLE,L

RUIZ

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

# 1Subject Sample 00:37 Subject Test Refused

0.000Breath Volume 00:37

0.000Air Blank 00:37

0.080Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:3304/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:30

Jacksonville SO

THOMPSON,A

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

MORALES VELASQUEZ

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

# 1 0.159Subject Sample 02:30

2.070Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.159Subject Sample 02:33

1.984Breath Volume 02:33

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:2904/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:51

04:20

Jacksonville SO

MUNOZ,I

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

MONDAY

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:12

0.081Control Test 06:12

0.000Air Blank 06:13

# 1 0.064Subject Sample 06:14

1.191Breath Volume 06:14

0.000Air Blank 06:14

0.000Air Blank 06:16

# 2 0.065Subject Sample 06:17

1.230Breath Volume 06:17

0.000Air Blank 06:17

0.082Control Test 06:17

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:2404/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:10

Jacksonville SO

IEZZI,M

11/05/2026

28424080A3

Jacksonville SO

HENDERSON,L,N

BARRIOS RAYAS

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:14

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4104/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:33

Jacksonville SO

DESOUZA,A

11/05/2026

28424080A3

Jacksonville SO

ROSEPILER,JONATHAN,

CAMPOS-GATELL

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.082Control Test 02:28

0.000Air Blank 02:29

# 1 0.067Subject Sample 02:30

1.734Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.069Subject Sample 02:33

2.109Breath Volume 02:33

0.000Air Blank 02:33

0.081Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:2004/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

20:55

Jacksonville SO

WHISMAN,N

11/05/2026

28424080A3

Jacksonville SO

HENDERSON,L,N

TRIPP

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.082Control Test 22:22

0.000Air Blank 22:22

# 1Subject Sample 22:22 Subject Test Refused

0.000Breath Volume 22:22

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:2804/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

22:34

Jacksonville SO

LAQUIDARA,A

11/05/2026

28424080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

COLLINS

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:05

# 1Subject Sample 01:06 Subject Test Refused

0.000Breath Volume 01:06

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:26:0204/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:58

04:11

Jacksonville SO

PATTERSON,K

11/05/2026

28424080A3

FHP Troop G

HENDERSON,L,N

MARTINEZ LAMA

03/13/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:19

0.000Air Blank 06:20

0.081Control Test 06:20

0.000Air Blank 06:21

# 1 0.048Subject Sample 06:21

2.355Breath Volume 06:21

0.000Air Blank 06:22

0.000Air Blank 06:24

# 2 0.046Subject Sample 06:24

2.089Breath Volume 06:24

0.000Air Blank 06:25

0.081Control Test 06:25

0.000Air Blank 06:25

OKDiagnostics Check 06:26

Data Download Date/Time: 04/22/2025 11:38

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2804/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

19:31

Jacksonville SO

IEZZI,M

11/05/2026

28424080A3

Jacksonville SO

LAWSON,K,A

NJAGI

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.082Control Test 21:51

0.000Air Blank 21:51

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:52

0.082Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:2804/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

22:28

Jacksonville SO

LAQUIDARA,A

11/05/2026

28424080A3

Jacksonville SO

HENDERSON,L,N

DOUGLAS

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.081Control Test 00:06

0.000Air Blank 00:06

# 1 0.066Subject Sample 00:08

1.640Breath Volume 00:08

0.000Air Blank 00:09

Air Blank 00:10 RFI Detect

Air Blank 00:10 RFI Detect

0.000Air Blank 00:11

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:5004/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

22:28

Jacksonville SO

LAQUIDARA,A

11/05/2026

28424080A3

Jacksonville SO

HENDERSON,L,N

DOUGLAS

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.082Control Test 00:16

0.000Air Blank 00:17

# 1 0.060Subject Sample 00:19

1.125Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.063Subject Sample 00:23

1.207Breath Volume 00:23

0.000Air Blank 00:23

0.081Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:3004/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

18:17

Jacksonville SO

VALERIO,E

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

QUINONES LOPEZ

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.081Control Test 20:42

0.000Air Blank 20:42

# 1Subject Sample 20:43 Subject Test Refused

0.000Breath Volume 20:43

0.000Air Blank 20:43

0.082Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:5704/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

00:26

Jacksonville Beach

ELLISON,H

11/05/2026

28424080A3

Jacksonville Beach

TROTIER,PAUL,F

FLEMING

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.081Control Test 03:02

0.000Air Blank 03:02

# 1 0.120Subject Sample 03:04

2.914Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.116Subject Sample 03:07

2.281Breath Volume 03:07

0.000Air Blank 03:08

0.081Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:1904/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:15

Jacksonville SO

HILLIER,J

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

VOSS

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.081Control Test 20:29

0.000Air Blank 20:29

# 1Subject Sample 20:29 Subject Test Refused

0.000Breath Volume 20:29

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0604/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

01:14

Jacksonville SO

ROBINSON,T

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

SCHUTT

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.081Control Test 03:35

0.000Air Blank 03:35

# 1Subject Sample 03:35 Subject Test Refused

0.000Breath Volume 03:35

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:4904/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

03:40

Jacksonville SO

WOOD,J

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

STREETER

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:10

# 1 0.221Subject Sample 05:10

1.714Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.221Subject Sample 05:14

1.414Breath Volume 05:14

0.000Air Blank 05:14

0.081Control Test 05:15

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0504/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

20:30

Jacksonville Beach

KEEN,C

11/05/2026

28424080A3

Jacksonville Beach

TROTIER,PAUL,F

SIMMONS

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:50

# 1 0.097Subject Sample 22:50

1.761Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.096Subject Sample 22:53

1.332Breath Volume 22:53

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3104/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:16

Jacksonville SO

CHAVEZ,J

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

WILKERSON

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.081Control Test 23:41

0.000Air Blank 23:41

# 1Subject Sample 23:42 Subject Test Refused

0.000Breath Volume 23:42

0.000Air Blank 23:42

0.081Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:5904/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

23:30

Atlantic Beach PD

SCARBOROUGH,W

11/05/2026

28424080A3

Atlantic Beach PD

TROTIER,PAUL,F

GRAVER

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0804/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

00:45

Jacksonville SO

GEIS,J

11/05/2026

28424080A3

Neptune Beach PD

ROSEPILER,JONATHAN,M

WESSINGER

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.082Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:00 Subject Test Refused

0.000Breath Volume 03:00

0.000Air Blank 03:01

0.082Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5004/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:23

Jacksonville SO

SHAW,D

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

DALMIDA

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:11

# 1 0.057Subject Sample 04:12

1.445Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.057Subject Sample 04:15

1.613Breath Volume 04:15

0.000Air Blank 04:15

0.081Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:3404/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

03:47

Jacksonville SO

DURHAM,C

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

STUBBS

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.082Control Test 05:23

0.000Air Blank 05:23

# 1 0.121Subject Sample 05:24

1.406Breath Volume 05:24

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.121Subject Sample 05:27

1.394Breath Volume 05:27

0.000Air Blank 05:27

0.081Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:22:2804/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

05:43

Jacksonville SO

POWELL,M

11/05/2026

28424080A3

Jacksonville SO

RICHEY,A,A

HERNANDEZ BAUTISTA

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:16

0.000Air Blank 08:16

0.081Control Test 08:16

0.000Air Blank 08:17

# 1 0.169Subject Sample 08:18

2.980Breath Volume 08:18

0.000Air Blank 08:18

0.000Air Blank 08:20

# 2 0.165Subject Sample 08:20

3.238Breath Volume 08:20

0.000Air Blank 08:21

0.080Control Test 08:21

0.000Air Blank 08:22

OKDiagnostics Check 08:22

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:2304/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

19:13

Jacksonville SO

ROBINSON,T

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

BOTELER

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:27

0.082Control Test 21:27

0.000Air Blank 21:27

# 1Subject Sample 21:28 Subject Test Refused

0.000Breath Volume 21:28

0.000Air Blank 21:28

0.081Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:1504/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

10:37

Neptune Beach PD

GEIS,J

11/05/2026

28424080A3

Neptune Beach PD

TROTIER,PAUL,F

TAMURIAN

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.082Control Test 00:26

0.000Air Blank 00:27

# 1 0.069Subject Sample 00:27

1.304Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.071Subject Sample 00:30

2.304Breath Volume 00:30

0.000Air Blank 00:31

0.082Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:0604/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

23:20

Jacksonville SO

LOKMIC,S

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

MOORE

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.082Control Test 01:17

0.000Air Blank 01:17

# 1 0.080Subject Sample 01:18

1.656Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.080Subject Sample 01:21

2.054Breath Volume 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5404/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

01:24

Jacksonville SO

ROBINSON,T

11/05/2026

28424080A3

Jacksonville SO

TROTIER,PAUL,F

HARRISON

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:11

# 1 0.118Subject Sample 04:12

2.632Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:14

# 2 0.117Subject Sample 04:15

2.019Breath Volume 04:15

0.000Air Blank 04:15

0.081Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:5004/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:45

Jacksonville SO

VALERIO,E

11/05/2026

28424080A3

Jacksonville SO

CROUCH,L,L

STEWART

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.082Control Test 22:21

0.000Air Blank 22:21

# 1 0.284Subject Sample 22:22

2.050Breath Volume 22:22

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.262Subject Sample 22:25

1.441Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 3 0.276Subject Sample 22:28

2.542Breath Volume 22:28

0.000Air Blank 22:28

0.081Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1404/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:00

Neptune Beach PD

GEIS,J

11/05/2026

28424080A3

Neptune Beach PD

TROTIER,PAUL,F

GORNAIL

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:07

# 1 0.117Subject Sample 04:08

1.875Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.119Subject Sample 04:11

1.832Breath Volume 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:5404/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

19:39

Jacksonville SO

LUGO,R

11/05/2026

28424080A3

Jacksonville SO

HENDERSON,L,N

REISINGER

04/22/2025

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.082Control Test 21:15

0.000Air Blank 21:15

# 1 0.174Subject Sample 21:16

1.476Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.169Subject Sample 21:19

1.363Breath Volume 21:19

0.000Air Blank 21:19

0.081Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 05/13/2025 12:31

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:25:3904/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:54

15:10

Port St. Lucie PD

MORALES,FABIAN

03/28/2027

403008479

Port St. Lucie PD

HERNANDEZ,YAMILET,

SALAMONE

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:15

0.000Air Blank 16:15

0.082Control Test 16:16

0.000Air Blank 16:16

# 1 0.054Subject Sample 16:18

1.609Breath Volume 16:18

0.000Air Blank 16:19

0.000Air Blank 16:21

# 2 0.045Subject Sample 16:24

2.156Breath Volume 16:24

0.000Air Blank 16:24

0.081Control Test 16:25

0.000Air Blank 16:25

OKDiagnostics Check 16:25

Data Download Date/Time: 04/27/2025 11:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:4004/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:35

Port St. Lucie PD

NIGH,ADAM

03/28/2027

403008479

Port St. Lucie PD

NIGH,ADAM,R

PLESZ

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.081Control Test 19:34

0.000Air Blank 19:35

# 1 0.142Subject Sample 19:35

2.773Breath Volume 19:35

Air Blank 19:36 RFI Detect

Air Blank 19:36 RFI Detect

0.000Air Blank 19:36

Data Download Date/Time: 04/27/2025 11:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:1804/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:14

16:35

Port St. Lucie PD

NIGH,ADAM

03/28/2027

403008479

Port St. Lucie PD

NIGH,ADAM,R

PLESZ

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

Air Blank 19:38 RFI Detect

0.000Air Blank 19:39

Data Download Date/Time: 04/27/2025 11:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:4004/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:14

16:35

Port St. Lucie PD

NIGH,ADAM

03/28/2027

403008479

Port St. Lucie PD

NIGH,ADAM,R

PLESZ

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.081Control Test 19:41

0.000Air Blank 19:42

# 1Subject Sample 19:42 RFI Detect

0.000Breath Volume 19:42

Air Blank 19:42 RFI Detect

Air Blank 19:42 RFI Detect

Data Download Date/Time: 04/27/2025 11:29

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:1304/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:14

18:35

Port St. Lucie PD

NIGH,ADAM

03/28/2027

403008479

Port St. Lucie PD

NIGH,ADAM,R

PLESZ

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:44

0.081Control Test 19:44

0.000Air Blank 19:45

# 1 0.135Subject Sample 19:45

2.742Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.127Subject Sample 19:48

2.566Breath Volume 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 04/27/2025 11:29

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:2304/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:18

Port St. Lucie PD

APPELBAUM,KEITH

03/28/2027

403008479

Port St. Lucie PD

APPELBAUM,KEITH,A

MAGALLON

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.082Control Test 23:47

0.000Air Blank 23:47

# 1 0.000Subject Sample 23:48

2.386Breath Volume 23:48

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.000Subject Sample 23:51

2.289Breath Volume 23:51

0.000Air Blank 23:51

0.081Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 04/27/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:1804/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:20

Port St. Lucie PD

QUAGLIA,ERIC

03/28/2027

403008479

Port St. Lucie PD

QUAGLIA,ERIC,S

MCGRATH

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.080Control Test 20:26

0.000Air Blank 20:26

# 1 0.000Subject Sample 20:27

6.027Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.000Subject Sample 20:30

6.203Breath Volume 20:30

0.000Air Blank 20:30

0.000Control Test 20:30 Control Outside Tolerance

0.000Air Blank 20:31

Data Download Date/Time: 04/27/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:1804/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:20

Port St. Lucie PD

QUAGLIA,ERIC

03/28/2027

403008479

Port St. Lucie PD

QUAGLIA,ERIC,S

MCGRATH

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.082Control Test 20:37

0.000Air Blank 20:37

# 1 0.000Subject Sample 20:39

6.136Breath Volume 20:39

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.000Subject Sample 20:41

5.656Breath Volume 20:41

0.000Air Blank 20:42

0.083Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 04/27/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:4104/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:07

Port St. Lucie PD

LAWTON,BRENNAN

03/28/2027

403008479

Port St. Lucie PD

APPELBAUM,KEITH,A

EDWARDS-FREEMAN

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:04

0.083Control Test 20:04

0.000Air Blank 20:04

# 1 0.000Subject Sample 20:05

2.394Breath Volume 20:05

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.000Subject Sample 20:08

2.253Breath Volume 20:08

0.000Air Blank 20:08

0.082Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 04/27/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4604/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:40

Port St. Lucie PD

TOMCZYK,STENLY

03/28/2027

403008479

Port St. Lucie PD

TOMCZYK,STENLY,

VARGAS CUEVA

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.082Control Test 01:32

0.000Air Blank 01:33

# 1 0.211Subject Sample 01:33

2.417Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.209Subject Sample 01:36

1.945Breath Volume 01:36

0.000Air Blank 01:36

0.081Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 04/27/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:0404/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

22:00

Port St. Lucie PD

LAWTON,BRENNEN

03/28/2027

403008479

Port St. Lucie PD

TOMCZYK,STENLY,

PERDOMO FERNANDEZ

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.082Control Test 22:30

0.000Air Blank 22:31

# 1Subject Sample 22:31 Subject Test Refused

0.000Breath Volume 22:31

0.000Air Blank 22:32

0.082Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:33

Data Download Date/Time: 04/27/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1804/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:37

Port St. Lucie PD

POLK,JAMAL

03/28/2027

403008479

Port St. Lucie PD

CHUNN,PETER,E

COVALT

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.082Control Test 23:06

0.000Air Blank 23:07

# 1 0.267Subject Sample 23:07

4.085Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.256Subject Sample 23:10

3.902Breath Volume 23:10

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 04/27/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4904/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:26

Port St. Lucie PD

TOMCZYK,NIKKI

03/28/2027

403008479

Port St. Lucie PD

TOMCZYK,NIKKI,

ISAAC

03/28/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.083Control Test 23:49

0.000Air Blank 23:49

# 1 0.193Subject Sample 23:50

2.234Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:52

# 2 0.189Subject Sample 23:53

2.476Breath Volume 23:53

0.000Air Blank 23:53

0.082Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 04/27/2025 11:30

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:3104/28/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:57

Port St. Lucie PD

THOMAS,BRYCE

03/28/2027

403008479

Port St. Lucie PD

MCCAULEY,RYAN,A

HAIR

04/27/2025

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

# 1 0.183Subject Sample 21:50 Slope Not Level

1.179Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.191Subject Sample 21:54

1.562Breath Volume 21:54

Air Blank 21:55 RFI Detect

Air Blank 21:55 RFI Detect

Air Blank 21:55 RFI Detect

Data Download Date/Time: 05/30/2025 12:18

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:4204/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:21

New Smyrna Beach PD

HANSEN,AARON

10/05/2025

24923080A4

New Smyrna Beach PD

DERRICO,SIERRA,L

SHOWALTER

03/06/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

Air Blank 21:30 RFI Detect

Air Blank 21:30 RFI Detect

Data Download Date/Time: 04/28/2025 16:32

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:5304/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:32

Edgewater PD

GRAY,TREVOR

10/05/2025

24923080A4

Edgewater PD

GRAY,TREVOR,W

HEFLIN

03/06/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:24

0.000Air Blank 17:24

0.080Control Test 17:25

0.000Air Blank 17:25

# 1 0.267Subject Sample 17:26

2.441Breath Volume 17:26

0.000Air Blank 17:27

0.000Air Blank 17:28

# 2 0.269Subject Sample 17:28

2.343Breath Volume 17:28

0.000Air Blank 17:29

0.077Control Test 17:30

0.000Air Blank 17:30

OKDiagnostics Check 17:30

Data Download Date/Time: 04/28/2025 16:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:5104/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:39

New Smyrna Beach PD

RIERA,SCOTT

10/05/2025

24923080A4

New Smyrna Beach PD

RIERA,SCOTT,A

BOSHART

03/06/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 17:23 Voltage/Current Test

0.000Air Blank 17:23

Data Download Date/Time: 04/28/2025 16:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:1604/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:39

New Smyrna Beach PD

RIERA,SCOTT

10/05/2025

24923080A4

New Smyrna Beach PD

RIERA,SCOTT,A

BOSHART

03/06/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

Air Blank 17:27 RFI Detect

Air Blank 17:27 RFI Detect

Data Download Date/Time: 04/28/2025 16:32

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:35:2604/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:39

New Smyrna Beach PD

RIERA,SCOTT

10/05/2025

24923080A4

New Smyrna Beach PD

RIERA,SCOTT,A

BOSHART

03/06/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:29

0.000Air Blank 17:29

0.080Control Test 17:29

0.000Air Blank 17:30

# 1 0.165Subject Sample 17:30

2.109Breath Volume 17:30

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.159Subject Sample 17:33

2.812Breath Volume 17:33

0.000Air Blank 17:34

0.078Control Test 17:34

0.000Air Blank 17:35

OKDiagnostics Check 17:35

Data Download Date/Time: 04/28/2025 16:32

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-002463CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:5604/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:30

Hialeah PD

PARDO,DAVID

05/09/2025

402370890

Hialeah PD

TEJEDA,CHRISTOPHER,

CALLAVA

04/10/2025

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:33

# 1Subject Sample 21:33 Subject Test Refused

0.000Breath Volume 21:33

0.000Air Blank 21:33

0.079Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 05/08/2025 10:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-002463CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:1004/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:44

17:03

Hialeah PD

DIAZ,BRIAN

05/09/2025

402370890

Hialeah PD

OLIVA,JUAN,C

LOPEZ

04/10/2025

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:05

0.000Air Blank 18:05

0.078Control Test 18:05

0.000Air Blank 18:06

# 1 0.218Subject Sample 18:09

1.746Breath Volume 18:09

0.000Air Blank 18:10

0.000Air Blank 18:11

# 2 0.201Subject Sample 18:12

2.148Breath Volume 18:12

0.000Air Blank 18:13

0.073Control Test 18:13 Control Outside Tolerance

0.000Air Blank 18:14

Data Download Date/Time: 05/08/2025 10:01

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:4904/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

18:58

Miami Beach PD

PAGAN,ERICK

01/27/2026

402648278

Miami Beach PD

HAUTRIVE,SPENCER,C

CARDENAS

03/27/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:18

0.000Air Blank 19:19

0.080Control Test 19:19

0.000Air Blank 19:20

# 1Subject Sample 19:23 No Sample Provided

0.000Breath Volume 19:23

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2 0.242Subject Sample 19:29 Volume Not Met

0.171Breath Volume 19:29

0.000Air Blank 19:29

0.079Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 04/25/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4704/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:11

Miami Beach PD

DAMUS,DON

01/27/2026

402648278

Miami Beach PD

HERRERA TERRY,MELANIE,M

SEAZ PARRILLA

03/27/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:09

# 1 0.231Subject Sample 02:11

1.773Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.232Subject Sample 02:13

1.390Breath Volume 02:13

0.000Air Blank 02:14

0.076Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 04/25/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:1504/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:59

Miami Beach PD

CASTELLANOS,SUYAN

01/27/2026

402648278

North Bay Village PD

PENA,KELVIN,

GARCIA VASQUEZ

03/27/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.080Control Test 22:48

0.000Air Blank 22:48

# 1 0.198Subject Sample 22:49

1.320Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:51

# 2 0.203Subject Sample 22:52

1.777Breath Volume 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 04/25/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:5504/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:50

Miami Beach PD

DUFAU,STEPHANY

01/27/2026

402648278

Miami Beach PD

HIGGINS,TREVYNEA,A

HIGGINS

03/27/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

# 1Subject Sample 04:41 Subject Test Refused

0.000Breath Volume 04:41

0.000Air Blank 04:41

0.080Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 04/25/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:5204/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:50

Miami Beach PD

DUFAU,STEPHANY

01/27/2026

402648278

Miami Beach PD

JOSEPH,HERMANN,

HIGGINS

03/27/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:29

0.000Air Blank 05:30

0.080Control Test 05:30

0.000Air Blank 05:31

# 1Subject Sample 05:31 Subject Test Refused

0.000Breath Volume 05:31

0.000Air Blank 05:31

0.080Control Test 05:32

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 04/25/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:26:3104/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:45

09:35

Miami Beach PD

KAZARYAN,LILIT

01/27/2026

402648278

Miami Beach PD

KAZARYAN,LILIT,S

GONZALEZCALVO

03/27/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:19

0.000Air Blank 10:19

0.079Control Test 10:20

0.000Air Blank 10:20

# 1 0.255Subject Sample 10:21

1.691Breath Volume 10:21

0.000Air Blank 10:22

0.000Air Blank 10:24

# 2 0.252Subject Sample 10:24

1.636Breath Volume 10:24

0.000Air Blank 10:25

0.076Control Test 10:25

0.000Air Blank 10:26

OKDiagnostics Check 10:26

Data Download Date/Time: 04/25/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:4604/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:35

Miami Beach PD

QUINTERO,REY

01/27/2026

402648278

Miami Beach PD

PENA,KELVIN,

VASILI

03/27/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:07

# 1Subject Sample 23:07 Subject Test Refused

0.000Breath Volume 23:07

0.000Air Blank 23:07

0.079Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 04/25/2025 11:18

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:0904/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:44

Lafayette County SO

PRIDGEON,BRIAN

06/05/2026

10124080A3

FL Dept of AG

NEGRETTE,JOAN,P

LEDEZMA SANCHEZ

03/11/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.083Control Test 00:51

0.000Air Blank 00:52

# 1 0.152Subject Sample 00:52

3.187Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.163Subject Sample 00:55

3.441Breath Volume 00:55

0.000Air Blank 00:56

0.082Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 04/29/2025 16:15

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:5904/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

22:09

FHP Troop F

EHRHART,RYAN

11/04/2025

402590345

FHP Troop F

EHRHART,RYAN,A

ROSADO

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.078Control Test 22:31

Air Blank 22:31 RFI Detect

Air Blank 22:31 RFI Detect

Data Download Date/Time: 05/12/2025 05:13

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1804/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:47

FHP Troop F

THOMAS,BRANDEN

11/04/2025

402590345

FHP Troop F

THOMAS,BRANDEN,R

SALES

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:36

# 1 0.144Subject Sample 03:38

1.140Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.132Subject Sample 03:43

1.390Breath Volume 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 05/12/2025 05:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:1104/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

22:03

FHP Troop F

EHRHART,RYAN

11/04/2025

402590345

FHP Troop F

EHRHART,RYAN,A

LOUZADA

04/01/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:30

# 1 0.040Subject Sample 22:30

1.878Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.039Subject Sample 22:33

1.785Breath Volume 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 05/12/2025 05:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:1404/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:44

FHP Troop D

SAMPSON,DAVID

10/12/2026

402872586

FHP Troop D

SAMPSON,DAVID,A

MOSSOW

03/31/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:43

0.080Control Test 19:43

0.000Air Blank 19:44

# 1 0.201Subject Sample 19:44

3.519Breath Volume 19:44

Air Blank 19:45 Purge Fail

0.000Air Blank 19:46

Data Download Date/Time: 04/18/2025 08:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:4804/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:44

FHP Troop D

SAMPSON,DAVID

10/12/2026

402872586

FHP Troop D

SAMPSON,DAVID,A

MOSSOW

03/31/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:55

0.080Control Test 19:55

0.000Air Blank 19:55

# 1 0.201Subject Sample 19:56

1.472Breath Volume 19:56

0.000Air Blank 19:56

0.000Air Blank 19:58

# 2 0.200Subject Sample 19:59

1.472Breath Volume 19:59

0.000Air Blank 19:59

0.081Control Test 20:00

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 04/18/2025 08:46

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:0204/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

18:07

Osceola County SO

JACKSON,ALLEN

11/26/2027

403207507

FHP Troop D

ROMERO-PEREZ,MICHAEL,

LOPEZ-MATIA

04/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1 0.097Subject Sample 21:51

2.343Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:53

# 2 0.097Subject Sample 21:54

2.214Breath Volume 21:54

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:56

Data Download Date/Time: 05/14/2025 12:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0404/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:48

Osceola County SO

MESTRE,EZEQUIEL

11/26/2027

403207507

Kissimmee PD

HELLER,MICHAEL,J

ESCOBARMONTATIXE

04/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.078Control Test 02:16

0.000Air Blank 02:16

# 1 0.086Subject Sample 02:17

2.203Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.085Subject Sample 02:20

2.292Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:22

Data Download Date/Time: 05/14/2025 12:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:26:5504/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

14:39

Osceola County SO

DAUGHERTY,KENYATTA

11/26/2027

403207507

FHP Troop K

SCANLAN,JAMES,M

SOLOMAN

04/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:20

0.000Air Blank 16:21

0.079Control Test 16:21

0.000Air Blank 16:22

# 1 0.221Subject Sample 16:22

1.351Breath Volume 16:22

0.000Air Blank 16:23

0.000Air Blank 16:24

# 2 0.222Subject Sample 16:25

1.281Breath Volume 16:25

0.000Air Blank 16:25

0.078Control Test 16:26

0.000Air Blank 16:26

OKDiagnostics Check 16:26

Data Download Date/Time: 05/14/2025 12:50

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:1704/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:22

Lakeland PD

RIGGALL,NICHOLAS

09/05/2025

14323080A3

Lakeland PD

RIGGALL,NICHOLAS,S

RAMIREZ MARTINEZ

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.081Control Test 23:01

0.000Air Blank 23:02

# 1 0.078Subject Sample 23:02

3.023Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.078Subject Sample 23:05

2.355Breath Volume 23:05

0.000Air Blank 23:06

0.082Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 04/28/2025 11:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:4804/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

03:05

Lakeland PD

RIGGALL,NICHOLAS

09/05/2025

14323080A3

Lakeland PD

RIGGALL,NICHOLAS,S

HOWELL

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.081Control Test 03:32

0.000Air Blank 03:32

# 1 0.087Subject Sample 03:33

2.644Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.085Subject Sample 03:36

2.609Breath Volume 03:36

0.000Air Blank 03:36

0.082Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 04/28/2025 11:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3804/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:08

Lakeland PD

RIGGALL,NICHOLAS

09/05/2025

14323080A3

Lakeland PD

RIGGALL,NICHOLAS,S

HALL

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.081Control Test 00:40

0.000Air Blank 00:41

# 1 0.102Subject Sample 00:41

1.789Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.096Subject Sample 00:44

1.914Breath Volume 00:44

Air Blank 00:45 RFI Detect

0.000Air Blank 00:45

Data Download Date/Time: 04/28/2025 11:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1404/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:20

Lakeland PD

RIGGALL,NICHOLAS

09/05/2025

14323080A3

Lakeland PD

RIGGALL,NICHOLAS,S

TORRES

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.082Control Test 02:52

0.000Air Blank 02:53

# 1 0.128Subject Sample 02:53

2.289Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.125Subject Sample 02:56

1.859Breath Volume 02:56

0.000Air Blank 02:57

0.082Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 04/28/2025 11:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:3804/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:21

Lakeland PD

RIGGALL,NICHOLAS

09/05/2025

14323080A3

Lakeland PD

RIGGALL,NICHOLAS,S

RAMIREZ HERNANDEZ

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

# 1 0.149Subject Sample 00:53 Volume Not Met

0.144Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:55

# 2 0.154Subject Sample 00:59 Volume Not Met

0.097Breath Volume 00:59

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 04/28/2025 11:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:0804/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:28

Lakeland PD

RIGGALL,NICHOLAS

09/05/2025

14323080A3

Lakeland PD

RIGGALL,NICHOLAS,S

KNIGHT

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.082Control Test 01:54

0.000Air Blank 01:54

# 1 0.160Subject Sample 01:55

1.511Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.155Subject Sample 01:58

1.511Breath Volume 01:58

0.000Air Blank 01:59

0.081Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 04/28/2025 11:37

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:1104/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:27

Ft. Walton Beach PD

SPENCE,JUSTIN

10/05/2025

231294

Okaloosa County SO

RIVERA,RITCHIE,

HOWELL

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

# 1Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:2804/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:04

Ft. Walton Beach PD

CASON,ERIC

10/05/2025

231294

Okaloosa County SO

RIVERA,RITCIE,

KEIFER

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1Subject Sample 02:00 No Sample Provided

0.000Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:3604/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:22

Okaloosa County SO

HENNIS,TIMOTHY

10/05/2025

231294

Okaloosa County SO

HENNIS,TIMOTHY,N

MONTEJO CARDONA

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:00

# 1 0.293Subject Sample 04:01

2.242Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.285Subject Sample 04:05

2.632Breath Volume 04:05

0.000Air Blank 04:05

0.080Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:29:5604/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

17:24

Ft. Walton Beach PD

LEE,AARON

10/05/2025

231294

Okaloosa County SO

WILLIAMS,SETH,D

LEE

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:27

0.079Control Test 18:27

0.000Air Blank 18:28

# 1Subject Sample 18:28 Subject Test Refused

0.000Breath Volume 18:28

0.000Air Blank 18:29

0.079Control Test 18:29

0.000Air Blank 18:29

OKDiagnostics Check 18:29

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:5504/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:24

Ft. Walton Beach PD

PEYTON,KYLEE

10/05/2025

231294

Ft. Walton Beach PD

SANTIAGO,EDGARDO,

GODOY ENRIQUEZ

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

# 1 0.192Subject Sample 00:11

1.601Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.187Subject Sample 00:15

2.597Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:5804/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:07

Ft. Walton Beach PD

OROURKE,ROCKY

10/05/2025

231294

Ft. Walton Beach PD

RIVERA,RITCHIE,

STEPHENS

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.078Control Test 04:40

0.000Air Blank 04:41

# 1Subject Sample 04:41 Subject Test Refused

0.000Breath Volume 04:41

0.000Air Blank 04:42

0.078Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:2604/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:12

Ft. Walton Beach PD

OROURKE,ROCKY

10/05/2025

231294

Ft. Walton Beach PD

RIVERA,RITCHIE,

JOHNSON

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

# 1Subject Sample 02:55 No Sample Provided

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2Subject Sample 03:01 No Sample Provided

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:35:4104/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:24

15:52

Ft. Walton Beach PD

MARTIN,ANDREW

10/05/2025

231294

Ft. Walton Beach PD

MONTGOMERY,MARCUS,W

AXCELL

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:33

0.079Control Test 17:33

0.000Air Blank 17:34

# 1Subject Sample 17:34 Subject Test Refused

0.000Breath Volume 17:34

0.000Air Blank 17:34

0.079Control Test 17:35

0.000Air Blank 17:35

OKDiagnostics Check 17:35

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:4304/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:17

Okaloosa County SO

CASON,ERIC

10/05/2025

231294

Okaloosa County SO

REGISTER,JASON,H

LOPEZ

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

# 1Subject Sample 03:37 No Sample Provided

0.000Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2Subject Sample 03:40 Subject Test Refused

0.000Breath Volume 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:2104/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:37

Okaloosa County SO

REYNA,JAVIER

10/05/2025

231294

Okaloosa County SO

REYNA,JAVIER,O

PARKER

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

# 1 0.000Subject Sample 20:53

2.031Breath Volume 20:53

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.000Subject Sample 20:55

2.183Breath Volume 20:55

0.000Air Blank 20:56

0.080Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2304/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:49

Ft. Walton Beach PD

RIVERA,RITCHIE

10/05/2025

231294

Ft. Walton Beach PD

ORDOQUI,DANIEL,G

THOMAS

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1 0.092Subject Sample 03:38

2.367Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.093Subject Sample 03:41

2.511Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4304/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:40

Ft. Walton Beach PD

GROOM,KILLIAN

10/05/2025

231294

Hurlburt Field PD

MOONEY,MORGAN,K

FIELDS

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:26

# 1Subject Sample 03:29 No Sample Provided

0.000Breath Volume 03:29

Air Blank 03:29 Purge Fail

Air Blank 03:30 Purge Fail

Data Download Date/Time: 04/30/2025 19:52

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1604/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:40

Hurlburt Field PD

GROOM,KILLIAN

10/05/2025

231294

Hurlburt Field PD

GROOM,KILLIAN,R

FIELDS

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:35

Air Blank 03:35 Ambient Fail

0.000Air Blank 03:36

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3004/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:40

Hurlburt Field PD

GROOM,KILLIAN

10/05/2025

231294

Hurlburt Field PD

GROOM,KILLIAN,R

FIELDS

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

# 1Subject Sample 03:40 Sequence Aborted

0.000Breath Volume 03:40

0.000Air Blank 03:40

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3804/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:40

Hurlburt Field PD

GROOM,KILLIAN

10/05/2025

231294

Hurlburt Field PD

GROOM,KILLIAN,R

FIELDS

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

# 1Subject Sample 03:47 No Sample Provided

0.000Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.063Subject Sample 03:51

3.074Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 3 0.064Subject Sample 03:56

3.082Breath Volume 03:56

0.000Air Blank 03:56

0.078Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:1304/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:47

Okaloosa County SO

LAPEE,WYATT

10/05/2025

231294

Okaloosa County SO

LAPEE,WYATT,T

AGUILAR LOPEZ

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:41

0.079Control Test 05:41

0.000Air Blank 05:42

# 1 0.208Subject Sample 05:42

3.777Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:45

# 2 0.211Subject Sample 05:45

2.582Breath Volume 05:45

0.000Air Blank 05:46

0.080Control Test 05:46

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1404/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

00:28

Okaloosa County SO

HENNIS,TIMOTHY

10/05/2025

231294

Okaloosa County SO

HENNIS,TIMOTHY,N

CRUZ GARCIA

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0304/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:20

Ft. Walton Beach PD

RIVERA,RITCHIE

10/05/2025

231294

Ft. Walton Beach PD

RIVERA,RITCHIE,

HOLT

03/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:16

# 1Subject Sample 04:20 No Sample Provided

0.000Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2Subject Sample 04:25 No Sample Provided

0.000Breath Volume 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:27

Data Download Date/Time: 04/30/2025 19:52

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2904/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:13

Crestview PD

SPRY,NICHOLAS

11/04/2025

402590345

Crestview PD

SPRY,NICHOLAS,A

POPE

03/26/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.082Control Test 00:38

Air Blank 00:39 RFI Detect

0.000Air Blank 00:39

Data Download Date/Time: 04/23/2025 11:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:0604/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:13

Crestview PD

SPRY,NICHOLAS

11/04/2025

402590345

Crestview PD

SPRY,NICHOLAS,A

POPE

03/26/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.083Control Test 00:42

0.000Air Blank 00:43

# 1 0.090Subject Sample 00:44

3.339Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:46

# 2 0.083Subject Sample 00:47

2.488Breath Volume 00:47

0.000Air Blank 00:48

0.082Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 04/23/2025 11:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:4104/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:01

Crestview PD

SKELLY,RACHEL

11/04/2025

402590345

Crestview PD

PHILLIPS,MATHEW,D

POWELL

03/26/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:53

0.000Air Blank 04:54

0.084Control Test 04:54

0.000Air Blank 04:55

# 1Subject Sample 04:55 Subject Test Refused

0.000Breath Volume 04:55

0.000Air Blank 04:55

0.084Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 04/23/2025 11:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:2304/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

17:06

Crestview PD

NORTAN,JOHNATHAN

11/04/2025

402590345

Crestview PD

YORK,MICHAEL,C

SCHIFF

03/26/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.084Control Test 17:55

0.000Air Blank 17:56

# 1 0.285Subject Sample 17:56

1.683Breath Volume 17:56

0.000Air Blank 17:57

0.000Air Blank 17:59

# 2 0.288Subject Sample 17:59

1.324Breath Volume 17:59

0.000Air Blank 18:00

0.083Control Test 18:00

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 04/23/2025 11:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:4604/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:35

Crestview PD

PHILLIPS,MATHEW

11/04/2025

402590345

Crestview PD

PHILLIPS,MATHEW,D

BRADSHAW

03/26/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.085Control Test 03:08

0.000Air Blank 03:08

# 1 0.071Subject Sample 03:09

1.578Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.064Subject Sample 03:14

1.687Breath Volume 03:14

0.000Air Blank 03:14

0.083Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 04/23/2025 11:07

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:10:3804/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:16

16:11

Crestview PD

NORTON,JONATHAN

11/04/2025

402590345

Crestview PD

SPRAGUE,JONATHON,D

JOHNSON

04/23/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:01

0.000Air Blank 17:01

0.083Control Test 17:01

0.000Air Blank 17:02

# 1 0.174Subject Sample 17:05

2.406Breath Volume 17:05

0.000Air Blank 17:05

0.000Air Blank 17:07

# 2 0.173Subject Sample 17:09

2.867Breath Volume 17:09

0.000Air Blank 17:09

0.082Control Test 17:10

0.000Air Blank 17:10

OKDiagnostics Check 17:10

Data Download Date/Time: 05/16/2025 10:04

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:2004/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:51

Sarasota County SO

BELL,DUSTIN

06/05/2026

10124080A2

Sarasota County SO

BRENCKLE,TIMOTHY,M

CRUZ VARGAS

04/04/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:12

0.080Control Test 22:12

0.000Air Blank 22:13

# 1 0.170Subject Sample 22:14

1.859Breath Volume 22:14

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.178Subject Sample 22:16

1.582Breath Volume 22:16

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 05/22/2025 07:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:3804/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:53

Sarasota County SO

BERRY,DEVIN

06/05/2026

10124080A2

Sarasota County SO

BRENCKLE,TIMOTHY,M

BILODEAU

04/04/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.081Control Test 23:14

0.000Air Blank 23:14

# 1 0.173Subject Sample 23:14

1.238Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.174Subject Sample 23:18

2.023Breath Volume 23:18

0.000Air Blank 23:18

0.080Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 05/22/2025 07:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:0504/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:38

Sarasota County SO

BRENCKLE,TIMOTHY

06/05/2026

10124080A2

Sarasota County SO

BRENCKLE,TIMOTHY,M

W231670162000

04/04/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.082Control Test 03:00

0.000Air Blank 03:01

# 1 0.212Subject Sample 03:01

3.042Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.207Subject Sample 03:04

3.062Breath Volume 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 05/22/2025 07:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:2004/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:53

17:53

Sarasota County SO

BRENCKLE,TIMOTHY

06/05/2026

10124080A2

Sarasota County SO

BRENCKLE,TIMOTHY,M

MCCORD

04/04/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.081Control Test 18:14

0.000Air Blank 18:15

# 1 0.129Subject Sample 18:15

1.300Breath Volume 18:15

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2 0.129Subject Sample 18:18

1.355Breath Volume 18:18

0.000Air Blank 18:19

0.081Control Test 18:19

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 05/22/2025 07:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:3204/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

20:06

Sarasota County SO

BRENCKLE,TIMOTHY

06/05/2026

10124080A2

Sarasota County SO

BRENCKLE,TIMOTHY,M

SEBASTIAN FRANCISCO

04/04/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:17

0.081Control Test 20:17

0.000Air Blank 20:17

# 1 0.303Subject Sample 20:20

2.269Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.312Subject Sample 20:23

3.187Breath Volume 20:23

0.000Air Blank 20:24

0.081Control Test 20:24

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 05/22/2025 07:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5504/24/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:50

Sarasota County SO

BRENCKLE,TIMOTHY

06/05/2026

10124080A2

Sarasota County SO

BRENCKLE,TIMOTHY,M

PECORA

04/04/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 05/22/2025 07:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0804/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:34

North Miami PD

PERRY,J

11/05/2026

26824080A1

North Miami PD

PINEDA,MIGUEL,

BAILEY

03/24/2025

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.205Subject Sample 03:26

1.218Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.201Subject Sample 03:29

1.574Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 04/23/2025 18:28

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:0804/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:47

Pinellas County SO

MITCHELL,ALEXANDRA

10/18/2025

AG329101

Pinellas County SO

MITCHELL,ALEXANDRA,

MANLEY

03/19/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

# 1 0.000Subject Sample 00:11

1.855Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.000Subject Sample 00:14

1.585Breath Volume 00:14

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 04/23/2025 13:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:4604/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

18:14

Pinellas County SO

MITCHELL,ALEXANDRA

10/18/2025

AG329101

Pinellas County SO

MITCHELL,ALEXANDRA,

BLUNK

03/19/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:27

0.080Control Test 18:27

0.000Air Blank 18:28

# 1 0.221Subject Sample 18:28

2.191Breath Volume 18:28

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.217Subject Sample 18:31

1.859Breath Volume 18:31

0.000Air Blank 18:31

0.080Control Test 18:32

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 04/23/2025 13:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:3304/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:42

Pinellas County SO

BYRD,WILLIAM

10/18/2025

AG329101

Pinellas County SO

MITCHELL,ALEXANDRA,

NEWELL

03/19/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:18

# 1 0.040Subject Sample 21:18

1.703Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.038Subject Sample 21:22

1.910Breath Volume 21:22

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 04/23/2025 13:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:2404/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:39

Pinellas County SO

LOCKE,REBECCA

10/18/2025

AG329101

Pinellas County SO

MITCHELL,ALEXANDRA,

ZIEGLER

03/19/2025

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:06

# 1Subject Sample 05:07 Subject Test Refused

0.000Breath Volume 05:07

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 04/23/2025 13:11

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:4104/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:15

Port Orange PD

LIGHTFOOT,BRITTANY

03/28/2027

403008479

Port Orange PD

CALENDA,NICHOLAS,J

MCCAGUE

03/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

# 1 0.000Subject Sample 03:13

1.402Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.000Subject Sample 03:16

1.761Breath Volume 03:16

0.000Air Blank 03:16

0.078Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 04/30/2025 15:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5004/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:05

Port Orange PD

DIMINI,NICHOLAS

03/28/2027

403008479

Holly Hills PD

VINES,KIRSTEN,M

TORESFERNANDEZ

03/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:09

# 1 0.208Subject Sample 02:11

1.500Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.210Subject Sample 02:15

1.636Breath Volume 02:15

0.000Air Blank 02:15

0.077Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 04/30/2025 15:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:56:3704/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:09

13:31

Port Orange PD

LANGER,MAX

03/28/2027

403008479

Port Orange PD

JEAN,WAYNE,G

LATINSKY

03/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:43

0.000Air Blank 14:43

0.078Control Test 14:44

0.000Air Blank 14:44

# 1 0.112Subject Sample 14:47 Volume Not Met

0.296Breath Volume 14:47

0.000Air Blank 14:48

0.000Air Blank 14:50

# 2 0.127Subject Sample 14:52

1.535Breath Volume 14:52

0.000Air Blank 14:52

0.000Air Blank 14:54

# 3 0.130Subject Sample 14:55

1.242Breath Volume 14:55

0.000Air Blank 14:55

0.076Control Test 14:56

0.000Air Blank 14:56

OKDiagnostics Check 14:56

Data Download Date/Time: 04/30/2025 15:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:0504/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:09

Port Orange PD

MARCO,EMMA

03/28/2027

403008479

Port Orange PD

JENKINS,KAYLIE,A

FREIER

03/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:03

# 1Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 04/30/2025 15:13

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:2604/30/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:29

Port Orange PD

CALENDA,NICHOLAS

03/28/2027

403008479

Port Orange PD

CALENDA,NICHOLAS,J

TYLER

04/30/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.078Control Test 21:57

0.000Air Blank 21:57

# 1 0.000Subject Sample 21:58

1.902Breath Volume 21:58

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.000Subject Sample 22:01

1.585Breath Volume 22:01

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 05/30/2025 17:49

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:3504/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:41

Daytona Beach PD

SANTOS,KEELAN

03/09/2026

402690226

Daytona Beach PD

FROST,JOSEPH,W

LOMAS

03/31/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.082Control Test 01:03

0.000Air Blank 01:04

# 1 0.223Subject Sample 01:05

3.242Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.230Subject Sample 01:08

2.984Breath Volume 01:08

0.000Air Blank 01:09

0.082Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 04/30/2025 19:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:1204/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:56

Daytona Beach PD

SANTOS,KEELAN

03/09/2026

402690226

Daytona Beach PD

FROST,JOSEPH,W

CALDERA

03/31/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.082Control Test 01:18

0.000Air Blank 01:19

# 1 0.210Subject Sample 01:20

3.855Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.205Subject Sample 01:23

3.796Breath Volume 01:23

0.000Air Blank 01:24

0.082Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 04/30/2025 19:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:5204/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:43

Daytona Beach PD

STACY,NIKOLAS

03/09/2026

402690226

Holly Hills PD

FROST,JOSEPH,W

CAUTHEN

03/31/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.082Control Test 21:24

0.000Air Blank 21:25

# 1 0.164Subject Sample 21:27

1.488Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.154Subject Sample 21:31

1.601Breath Volume 21:31

0.000Air Blank 21:31

0.080Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 04/30/2025 19:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:1904/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:21

Daytona Beach PD

ALFRED,BRANDON

03/09/2026

402690226

FHP Troop D

SANTOS,KEELAN,D

PENNEA

03/31/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.082Control Test 04:46

0.000Air Blank 04:47

# 1 0.034Subject Sample 04:47

1.562Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.032Subject Sample 04:50

1.203Breath Volume 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 04/30/2025 19:19

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:55:1804/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:23

07:50

Daytona Beach PD

DIMINI,NICHOLAS

03/09/2026

402690226

Holly Hills PD

EDWARDS,LANDON,L

DAMRON

03/31/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:43

0.000Air Blank 08:43

0.082Control Test 08:44

0.000Air Blank 08:44

# 1 0.000Subject Sample 08:47 Volume Not Met

0.511Breath Volume 08:47

0.000Air Blank 08:48

0.000Air Blank 08:50

# 2 0.000Subject Sample 08:50

2.570Breath Volume 08:50

0.000Air Blank 08:51

0.000Air Blank 08:53

# 3 0.000Subject Sample 08:53

1.566Breath Volume 08:53

0.000Air Blank 08:54

0.082Control Test 08:54

0.000Air Blank 08:55

OKDiagnostics Check 08:55

Data Download Date/Time: 04/30/2025 19:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:20:4604/23/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:54

08:09

Daytona Beach PD

DUNNE,JUSTIN

03/09/2026

402690226

Daytona Beach PD

DUNNE,JUSTIN,R

BROWN

03/31/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:14

0.000Air Blank 09:14

0.082Control Test 09:15

0.000Air Blank 09:15

# 1 0.000Subject Sample 09:16

1.691Breath Volume 09:16

0.000Air Blank 09:16

0.000Air Blank 09:18

# 2 0.000Subject Sample 09:19

2.027Breath Volume 09:19

0.000Air Blank 09:19

0.082Control Test 09:20

0.000Air Blank 09:20

OKDiagnostics Check 09:20

Data Download Date/Time: 04/30/2025 19:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:4504/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:28

Daytona Beach PD

SANTOS,KEELAN

03/09/2026

402690226

Daytona Beach PD

SANTOS,KEELAN,D

BERGLUND

03/31/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.078Control Test 00:06

0.000Air Blank 00:06

# 1 0.154Subject Sample 00:08

1.226Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.134Subject Sample 00:14 Volume Not Met

0.789Breath Volume 00:14

Air Blank 00:15 Purge Fail

0.000Air Blank 00:15

Data Download Date/Time: 04/30/2025 19:20

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:4104/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

20:52

Fernandina Beach PD

SELMANOVIC,AZIZ

10/05/2026

25024080A3

Nassau County SO

PASSANTE,AUGUSTINE,L

WETHMAN

03/13/2025

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.081Control Test 22:15

0.000Air Blank 22:16

# 1 0.058Subject Sample 22:16

4.242Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.057Subject Sample 22:19

4.160Breath Volume 22:19

0.000Air Blank 22:20

0.081Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 04/28/2025 15:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2304/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:56

Fernandina Beach PD

PASSANTE,AUGUSTINE

10/05/2026

25024080A3

Fernandina Beach PD

PASSANTE,AUGUSTINE,L

BROWN III

03/13/2025

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.082Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 04/28/2025 15:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2904/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:52

Fernandina Beach PD

PASSANTE,AUGUSTINE

10/05/2026

25024080A3

Fernandina Beach PD

PASSANTE,AUGUSTINE,L

BRYINGTON

03/13/2025

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.082Control Test 02:33

0.000Air Blank 02:34

# 1 0.000Subject Sample 02:35

4.238Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.000Subject Sample 02:38

1.300Breath Volume 02:38

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 04/28/2025 15:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:1004/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:41

16:57

Fernandina Beach PD

GOTHARD,RONALD

10/05/2026

25024080A3

Fernandina Beach PD

GOTHARD,RONALD,S

MORA

03/13/2025

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:07

0.000Air Blank 18:07

0.082Control Test 18:07

0.000Air Blank 18:08

# 1Subject Sample 18:11 No Sample Provided

0.000Breath Volume 18:11

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.116Subject Sample 18:15

1.386Breath Volume 18:15

0.000Air Blank 18:15

0.000Air Blank 18:17

# 3 0.114Subject Sample 18:18

1.289Breath Volume 18:18

0.000Air Blank 18:19

0.080Control Test 18:19

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 04/28/2025 15:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3804/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:53

Fernandina Beach PD

PASSANTE,AUGUSTINE

10/05/2026

25024080A3

Fernandina Beach PD

PASSANTE,AUGUSTINE,L

HERBERT

03/13/2025

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

# 1 0.209Subject Sample 02:36

2.378Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.218Subject Sample 02:39

2.585Breath Volume 02:39

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 04/28/2025 15:12

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:5504/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:25

MIAMI-DADE PD

DELGADO,M

06/05/2025

14323080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

BARNES

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

# 1Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.081Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 05/01/2025 03:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:2504/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:26

MIAMI-DADE PD

BAKEWELL,Z

06/05/2025

14323080A2

MIAMI SHORES PD

DELGADO,MIGUEL,R

PIERRE

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:10

# 1 0.191Subject Sample 23:11

2.394Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:13

# 2 0.197Subject Sample 23:14

1.195Breath Volume 23:14

0.000Air Blank 23:15

0.075Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 05/01/2025 03:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4204/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:40

MIAMI-DADE PD

DELGADO,M

06/05/2025

14323080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

GORDAN

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.082Control Test 02:42

0.000Air Blank 02:43

# 1 0.153Subject Sample 02:46 Volume Not Met

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.149Subject Sample 02:51

1.285Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 3 0.166Subject Sample 02:54

1.828Breath Volume 02:54

0.000Air Blank 02:54

0.076Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 05/01/2025 03:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2404/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:54

MIAMI-DADE PD

DELGADO,M

06/05/2025

14323080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

PICHOL PEREZ

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

Air Blank 01:24 RFI Detect

0.000Air Blank 01:25

Data Download Date/Time: 05/01/2025 03:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2204/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:54

MIAMI-DADE PD

DELGADO,M

06/05/2025

14323080A2

MIAMI-DADE PD

DELGADO,MIGUEL,R

PICHOL PEREZ

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 05/01/2025 03:35

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2304/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:12

Miami-Dade PD

ALTUNAY,MUHAMMET

06/05/2025

14323080A2

Miami-Dade PD

ALTUNAY,MUHAMMET,

FLEURIDOR

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

Air Blank 01:38 RFI Detect

Air Blank 01:38 RFI Detect

Data Download Date/Time: 05/01/2025 03:48

08 December 2025

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:0704/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:12

Miami-Dade PD

ALTUNAY,M

06/05/2025

14323080A2

Miami-Dade PD

ALTUNAY,MUHAMMET,

FLEURIDOR

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:44 Subject Test Refused

0.000Breath Volume 01:44

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 05/01/2025 03:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:2704/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:12

Miami-Dade PD

ALTUNAY,M

06/05/2025

14323080A2

Miami-Dade PD

ALTUNAY,MUHAMMET,

FLEURIDOR

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:15 Subject Test Refused

0.000Breath Volume 02:15

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 05/01/2025 03:48

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:2104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

04:20

Miami-Dade PD

AZRAK,JOSEPH

06/05/2025

14323080A2

Miami-Dade PD

AZRAK,JOSEPH,

BUCHNOR

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.079Control Test 05:04

0.000Air Blank 05:05

# 1 0.209Subject Sample 05:05

1.406Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.196Subject Sample 05:08

1.980Breath Volume 05:08

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 05/01/2025 03:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:3804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:25

Miami-Dade PD

AZRAK,JOSEPH

06/05/2025

14323080A2

Miami-Dade PD

AZRAK,JOSEPH,

TOUSSAINT

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 05/01/2025 03:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3004/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:40

Miami-Dade PD

AZRAK,JOSEPH

06/05/2025

14323080A2

Miami-Dade PD

AZRAK,JOSEPH,

LUTZEL

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.182Subject Sample 03:27

2.093Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.178Subject Sample 03:30

2.527Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 05/01/2025 03:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:2204/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:18

Miami-Dade PD

AZRAK,JOSEPH

06/05/2025

14323080A2

Miami-Dade PD

AZRAK,JOSEPH,

RODRIGUEZ

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1 0.181Subject Sample 02:58

1.742Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:00

# 2 0.180Subject Sample 03:01

2.871Breath Volume 03:01

0.000Air Blank 03:02

0.079Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 05/01/2025 03:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2504/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:05

Miami-Dade PD

AZRAK,JOSEPH

06/05/2025

14323080A2

Miami-Dade PD

AZRAK,JOSEPH,

ZURITA-PEREZ

04/03/2025

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

# 1Subject Sample 01:51 No Sample Provided

0.000Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.082Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 05/01/2025 03:43

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4004/09/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:25

Lakeland PD

WILSON,KALEB

09/05/2025

14323080A2

Lakeland PD

WILSON,KALEB,R

BOSCHERT

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.080Control Test 03:59

0.000Air Blank 03:59

# 1 0.118Subject Sample 04:00

2.199Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.118Subject Sample 04:03

2.460Breath Volume 04:03

0.000Air Blank 04:03

0.079Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/28/2025 13:25

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2904/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:44

Lakeland PD

WILSON,KALEB

09/05/2025

14323080A2

Lakeland PD

WILSON,KALEB,R

ACOSTA-MOTA

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:27

# 1 0.000Subject Sample 03:28

2.808Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.000Subject Sample 03:31

3.179Breath Volume 03:31

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 04/28/2025 13:25

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:0704/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:09

Lakeland PD

WILSON,KALEB

09/05/2025

14323080A2

Lakeland PD

WILSON,KALEB,R

JENT

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

# 1 0.169Subject Sample 01:13

1.984Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.148Subject Sample 01:16

1.539Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 3 0.163Subject Sample 01:19

1.949Breath Volume 01:19

0.000Air Blank 01:20

0.077Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 04/28/2025 13:25

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:0504/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:46

FHP Troop C

MONCION,CHRISTIAN

09/05/2025

14323080A2

FHP Troop C

MONCION,CHRISTIAN,L

COMBS

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

# 1 0.256Subject Sample 01:41

1.601Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.270Subject Sample 01:44

1.394Breath Volume 01:44

Air Blank 01:44 RFI Detect

0.000Air Blank 01:45

Data Download Date/Time: 04/28/2025 13:25

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:5004/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:46

FHP Troop C

MONCION,CHRISTIAN

09/05/2025

14323080A2

FHP Troop C

MONCION,CHRISTIAN,L

COMBS

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.077Control Test 01:47

0.000Air Blank 01:48

# 1 0.250Subject Sample 01:51 Volume Not Met

0.492Breath Volume 01:51

Air Blank 01:52 Purge Fail

0.000Air Blank 01:52

Data Download Date/Time: 04/28/2025 13:25

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5804/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:46

FHP Troop C

MONCION,CHRISTIAN

09/05/2025

14323080A2

FHP Troop C

MONCION,CHRISTIAN,L

COMBS

03/27/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.075Control Test 01:55

0.000Air Blank 01:55

# 1 0.243Subject Sample 01:56

1.652Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.248Subject Sample 02:01

2.058Breath Volume 02:01

0.000Air Blank 02:01

0.077Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 04/28/2025 13:25

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0904/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:18

Palm Beach County SO

AMADON,WILL

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

CORDERO

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

# 1 0.158Subject Sample 22:56

3.425Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.143Subject Sample 22:59

2.976Breath Volume 22:59

0.000Air Blank 23:00

0.078Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 04/25/2025 16:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4504/03/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:18

Palm Beach County SO

DEMOFONTE,KELLIE

09/05/2025

14323080A3

Tequesta PD

RAGIN,RENEE,M

THOMAS

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.079Control Test 00:34

0.000Air Blank 00:34

# 1 0.175Subject Sample 00:35

2.027Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.169Subject Sample 00:38

1.867Breath Volume 00:38

0.000Air Blank 00:38

0.079Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 04/25/2025 16:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3004/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:58

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2025

14323080A3

Palm Beach County SO

O'NEAL,SHARI,L

GUIDERA

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

# 1 0.227Subject Sample 00:11

1.324Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.240Subject Sample 00:14

2.652Breath Volume 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 04/25/2025 16:09

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2404/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:12

Palm Beach County SO

CISSON,JACKIE

09/05/2025

14323080A3

Palm Beach County SO

BELL,JOSHUA,J

MICHEL

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.174Subject Sample 02:05

2.156Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.167Subject Sample 02:08

2.468Breath Volume 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:2804/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:14

Palm Beach County SO

SNELGROVE,DYLAN

09/05/2025

14323080A3

Palm Beach County SO

O'NEAL,SHARI,L

MATUTE FLORES

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.080Control Test 05:06

0.000Air Blank 05:07

# 1 0.164Subject Sample 05:08

1.707Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.162Subject Sample 05:11

1.710Breath Volume 05:11

0.000Air Blank 05:12

0.077Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3904/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:15

Palm Beach County SO

FARDELLA,BLAKE

09/05/2025

14323080A3

Palm Springs PD

O'NEAL,SHARI,L

MANNINO

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.080Control Test 00:01

0.000Air Blank 00:01

# 1 0.139Subject Sample 00:04

1.703Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:06

# 2 0.140Subject Sample 00:08

1.628Breath Volume 00:08

0.000Air Blank 00:09

0.077Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:0304/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:25

Palm Beach County SO

YOCHUM,CRAIG

09/05/2025

14323080A3

Jupiter PD

BELL,JOSHUA,J

THAYER

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

# 1 0.138Subject Sample 03:21

2.000Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.128Subject Sample 03:25

1.988Breath Volume 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:27

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4604/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:44

Palm Beach County SO

CISSON,JACKIE

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

PINEDA JIMENEZ

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:30

# 1 0.169Subject Sample 00:32

1.703Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.171Subject Sample 00:36

2.640Breath Volume 00:36

0.000Air Blank 00:36

0.077Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:1204/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:12

Palm Beach County SO

DICKERSON,JOHN

09/05/2025

14323080A3

Palm Springs PD

BELL,JOSHUA,J

ROSADO

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.078Control Test 01:06

0.000Air Blank 01:06

# 1 0.150Subject Sample 01:07

2.773Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.152Subject Sample 01:10

3.320Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:1204/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:41

Palm Beach County SO

POINTU,PATRICK

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

FAGUNDES LOUCK

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.079Control Test 02:00

0.000Air Blank 02:00

# 1 0.137Subject Sample 02:03 Volume Not Met

1.039Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.138Subject Sample 02:09 Slope Not Level

1.343Breath Volume 02:09

0.000Air Blank 02:10

0.077Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:59:3304/06/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:06

06:41

Palm Beach County SO

CONCEPCION,RAMON

09/05/2025

14323080A3

Palm Beach County SO

BELL,JOSHUA,J

WILLIAMS

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:46

0.000Air Blank 07:46

0.078Control Test 07:47

0.000Air Blank 07:47

# 1 0.289Subject Sample 07:49

1.535Breath Volume 07:49

0.000Air Blank 07:49

0.000Air Blank 07:51

# 2 0.281Subject Sample 07:54 Volume Not Met

1.082Breath Volume 07:54

0.000Air Blank 07:55

0.000Air Blank 07:57

# 3 0.281Subject Sample 07:57

1.621Breath Volume 07:57

0.000Air Blank 07:58

0.076Control Test 07:58

0.000Air Blank 07:59

OKDiagnostics Check 07:59

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:0804/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:39

Palm Beach County SO

JOHNSON,SHANESHIA

09/05/2025

14323080A3

West Palm Beach PD

O'NEAL,SHARI,L

MACON

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.078Control Test 01:48

0.000Air Blank 01:48

# 1 0.131Subject Sample 01:51 Volume Not Met

0.164Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.158Subject Sample 01:54

1.128Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 3 0.148Subject Sample 01:58

1.171Breath Volume 01:58

0.000Air Blank 01:59

0.078Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1904/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:55

Palm Beach County SO

AMADON,WILL

09/05/2025

14323080A3

Palm Beach County SO

STEPHENS,TIA,L

GEMMEL

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

# 1 0.172Subject Sample 02:41

3.441Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.163Subject Sample 02:44

1.371Breath Volume 02:44

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:5704/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:51

Palm Beach County SO

VIL JEAN,REDLINE

09/05/2025

14323080A3

Boynton Beach PD

LEAHEY,THOMAS,H

LUMBERT

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:57

0.080Control Test 20:57

0.000Air Blank 20:57

# 1 0.220Subject Sample 20:58

3.148Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:00

# 2 0.221Subject Sample 21:01

3.398Breath Volume 21:01

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:2804/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:20

Palm Beach County SO

COOPER,NICHOLAS

09/05/2025

14323080A3

Delray Beach PD

LEAHEY,THOMAS,H

MACK

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:09

# 1 0.000Subject Sample 22:10

1.351Breath Volume 22:10

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.000Subject Sample 22:13

1.593Breath Volume 22:13

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1604/10/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:47

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2025

14323080A3

Palm Beach County SO

RAGIN,RENEE,M

LISSER

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

# 1 0.048Subject Sample 03:26

1.906Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.046Subject Sample 03:30

1.769Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4604/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:24

Palm Beach County SO

POINTU,PATRICK

09/05/2025

14323080A3

Palm Beach County SO

BELL,JOSHUA,J

MURPHY

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1 0.141Subject Sample 01:32

2.152Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.142Subject Sample 01:36

2.640Breath Volume 01:36

0.000Air Blank 01:36

0.079Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:1704/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:11

Palm Beach County SO

NOEL,KENNETH

09/05/2025

14323080A3

Palm Beach County SO

O'NEAL,SHARI,L

ESCALANTE

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

# 1 0.141Subject Sample 02:04

1.812Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.147Subject Sample 02:07

1.863Breath Volume 02:07

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:2004/11/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:00

Palm Beach County SO

DENIER,MICHAEL

09/05/2025

14323080A3

Jupiter PD

STEPHENS,TIA,L

PASCUAL PEREZ

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

# 1 0.171Subject Sample 03:07

1.582Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.170Subject Sample 03:10

1.183Breath Volume 03:10

0.000Air Blank 03:11

0.078Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3304/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:31

Palm Beach County SO

WHITE,EDWARD

09/05/2025

14323080A3

Palm Beach County SO

ONEAL,SHARI,L

LOPEZ

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.081Control Test 02:36

0.000Air Blank 02:36

# 1 0.099Subject Sample 02:39 Volume Not Met

0.449Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.157Subject Sample 02:42

3.156Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 3 0.154Subject Sample 02:45

2.742Breath Volume 02:45

0.000Air Blank 02:46

0.078Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:0204/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:09

Palm Beach County SO

CISSON,JACKIE

09/05/2025

14323080A3

Palm Beach County SO

BELL,JOSHUA,J

GRAHAM

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1 0.077Subject Sample 03:54

2.988Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:56

# 2 0.068Subject Sample 03:57

1.140Breath Volume 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:59

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:4104/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

22:05

Palm Beach County SO

CISSON,JACKIE

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

TORRES

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.079Control Test 22:53

0.000Air Blank 22:53

# 1 0.182Subject Sample 22:54

2.843Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.192Subject Sample 22:57

2.875Breath Volume 22:57

0.000Air Blank 22:57

0.079Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:5604/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

22:57

Palm Beach County SO

FLINK,ANDREW

09/05/2025

14323080A3

Palm Beach Gardens

RAGIN,RENEE,M

PEREZ LUCAS

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:05

0.000Air Blank 00:05

# 1 0.200Subject Sample 00:06

1.773Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:08

# 2 0.186Subject Sample 00:09

2.191Breath Volume 00:09

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4904/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:35

Palm Beach County SO

NOEL,KENNETH

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

VILLATORO ORDONEZ

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

# 1 0.223Subject Sample 01:22

1.960Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.219Subject Sample 01:26

1.710Breath Volume 01:26

0.000Air Blank 01:26

0.078Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:5804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:55

Palm Beach County SO

LAFLEUR,ROBENSON

09/05/2025

14323080A3

FHP Troop L

BELL,JOSHUA,J

MEJIA CASTRO

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.079Control Test 03:55

0.000Air Blank 03:55

# 1 0.183Subject Sample 03:57

2.050Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.177Subject Sample 04:00

1.996Breath Volume 04:00

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:2704/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:48

18:44

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

RODRIGUEZ MOSQUERA

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.081Control Test 20:12

0.000Air Blank 20:12

# 1 0.125Subject Sample 20:13

2.390Breath Volume 20:13

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.119Subject Sample 20:15

1.652Breath Volume 20:15

0.000Air Blank 20:16

0.080Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:1804/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:15

Palm Beach County SO

CISSON,JACKIE

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

MEDINA JERONIMO

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

# 1 0.176Subject Sample 21:03

1.250Breath Volume 21:03

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.181Subject Sample 21:06

1.714Breath Volume 21:06

0.000Air Blank 21:07

0.079Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:3304/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:36

Palm Beach County SO

ZIMMERMAN,JONATHAN

09/05/2025

14323080A3

FHP Troop L

LEAHEY,THOMAS,H

ORELLANA GARCIA

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.080Control Test 21:46

0.000Air Blank 21:47

# 1 0.054Subject Sample 21:47

1.671Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.054Subject Sample 21:50

1.164Breath Volume 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3604/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:11

Palm Beach County SO

ORTEGA,JUAN

09/05/2025

14323080A3

Boynton Beach PD

LEAHEY,THOMAS,H

PIERRE

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

# 1 0.119Subject Sample 00:16

1.886Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.112Subject Sample 00:19

1.742Breath Volume 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:3404/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:31

Palm Beach County SO

SIERRA,NICHOLAS

09/05/2025

14323080A3

FHP Troop L

LEAHEY,THOMAS,H

ASTACIO

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 01:59

# 1Subject Sample 02:00 Subject Test Refused

0.000Breath Volume 02:00

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:5104/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:44

Palm Beach County SO

ALLEN,BROOKE

09/05/2025

14323080A3

West Palm Beach PD

RAGIN,RENEE,M

VANHORN

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:56

0.000Air Blank 22:56

# 1 0.190Subject Sample 22:57

1.273Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.209Subject Sample 23:00

1.617Breath Volume 23:00

0.000Air Blank 23:00

0.079Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:2904/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:16

Palm Beach County SO

SNELGROVE,DYLAN

09/05/2025

14323080A3

Palm Beach County SO

BELL,JOSHUA,J

STANNERS

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.140Subject Sample 00:09

3.718Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.133Subject Sample 00:12

1.320Breath Volume 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1004/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:16

Palm Beach County SO

AGAOGLU,YASEMIN

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

SAINTIL

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.079Control Test 03:02

0.000Air Blank 03:03

# 1 0.091Subject Sample 03:03

1.265Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.093Subject Sample 03:06

1.449Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5404/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:19

Palm Beach County SO

SENTMANAT,ADOLFO

09/05/2025

14323080A3

Palm Beach County SO

STEPHENS,TIA,L

HAMILTON IV

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:05

# 1 0.262Subject Sample 04:06

1.488Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:08

# 2 0.263Subject Sample 04:09

2.570Breath Volume 04:09

0.000Air Blank 04:09

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:1704/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:19

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2025

14323080A3

Palm Beach County SO

STEPHENS,TIA,L

KIPER

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.079Control Test 23:12

0.000Air Blank 23:13

# 1 0.142Subject Sample 23:13

2.570Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.147Subject Sample 23:16

2.101Breath Volume 23:16

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:3904/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:23

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2025

14323080A3

Palm Beach County SO

BELL,JOSHUA,J

MULVEY

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.080Control Test 05:33

0.000Air Blank 05:33

# 1 0.157Subject Sample 05:34

2.007Breath Volume 05:34

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.158Subject Sample 05:37

1.824Breath Volume 05:37

0.000Air Blank 05:37

0.079Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:3204/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:23

Palm Beach County SO

LAFIEUR,ROBENSON

09/05/2025

14323080A3

FHP Troop L

RAGIN,RENEE,M

URBINA DIAZ

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.080Control Test 22:32

0.000Air Blank 22:32

# 1 0.166Subject Sample 22:34

2.511Breath Volume 22:34

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.168Subject Sample 22:36

1.773Breath Volume 22:36

0.000Air Blank 22:37

0.079Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:0704/17/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:00

Palm Beach County SO

HASSON,NICOLE

09/05/2025

14323080A3

Palm Beach PD

O'NEAL,SHARI,L

RODRIGUEZ WHITNEY

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:10

# 1 0.230Subject Sample 23:11

1.398Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:13

# 2 0.217Subject Sample 23:14

1.402Breath Volume 23:14

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:0504/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

21:36

Palm Beach County SO

AMADON,WILL

09/05/2025

14323080A3

Palm Beach County SO

BELL,JOSHUA,J

MARTIN

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.079Control Test 23:39

0.000Air Blank 23:39

# 1 0.199Subject Sample 23:40

1.761Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.205Subject Sample 23:43

2.445Breath Volume 23:43

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:1004/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:36

Palm Beach County SO

LAFLEUR,ROBENSON

09/05/2025

14323080A3

FHP Troop L

O'NEAL,SHARI,L

JEUNE

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1 0.162Subject Sample 01:35

2.023Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.153Subject Sample 01:39

1.292Breath Volume 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:4604/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:56

18:35

Palm Beach County SO

DE MARTINI,JASEN

09/05/2025

14323080A3

West Palm Beach PD

LEAHEY,THOMAS,H

JENKINS

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:24

# 1 0.150Subject Sample 19:25

1.203Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.164Subject Sample 19:29

2.656Breath Volume 19:29

0.000Air Blank 19:29

0.080Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5504/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:30

Palm Beach County SO

SNELGROVE,DYLAN

09/05/2025

14323080A3

Palm Beach County SO

O'NEAL,SHARI,L

ORELLANA

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:18

# 1 0.000Subject Sample 00:18

2.390Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.000Subject Sample 00:21

2.667Breath Volume 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:1504/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:29

Palm Beach County SO

CISSON,JACKIE

09/05/2025

14323080A3

Palm Beach County SO

O'NEAL,SHARI,L

RORWANA

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.080Control Test 04:25

0.000Air Blank 04:25

# 1 0.184Subject Sample 04:26

1.558Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.175Subject Sample 04:29

1.273Breath Volume 04:29

0.000Air Blank 04:30

0.077Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:1404/21/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:36

Palm Beach County SO

WHITE,EDWARD

09/05/2025

14323080A3

Palm Beach County SO

LEAHEY,THOMAS,H

MONTANTE

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.080Control Test 21:40

0.000Air Blank 21:40

# 1 0.000Subject Sample 21:41

1.585Breath Volume 21:41

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.000Subject Sample 21:43

1.964Breath Volume 21:43

0.000Air Blank 21:44

0.080Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:14:3404/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:32

15:58

Palm Beach County SO

ROWE,RYAN

09/05/2025

14323080A3

Palm Springs PD

LEAHEY,THOMAS,H

AUTEN

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:58

0.000Air Blank 16:58

0.080Control Test 16:58

0.000Air Blank 16:59

# 1 0.000Subject Sample 17:02 Volume Not Met

0.289Breath Volume 17:02

0.000Air Blank 17:02

0.000Air Blank 17:04

# 2 0.000Subject Sample 17:07

1.316Breath Volume 17:07

0.000Air Blank 17:08

0.000Air Blank 17:10

# 3Subject Sample 17:13 Subject Test Refused

0.296Breath Volume 17:13

0.000Air Blank 17:13

0.080Control Test 17:13

0.000Air Blank 17:14

OKDiagnostics Check 17:14

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:4404/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

20:09

Palm Beach County SO

PAPADATOS,MICHAEL

09/05/2025

14323080A3

Riviera Beach PD

LEAHEY,THOMAS,H

MACON

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1Subject Sample 21:03 No Sample Provided

0.000Breath Volume 21:03

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2Subject Sample 21:06 Subject Test Refused

0.000Breath Volume 21:06

0.000Air Blank 21:06

0.079Control Test 21:07

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:0604/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:58

Palm Beach County SO

FLINK,ANDREW

09/05/2025

14323080A3

Palm Beach Gardens

LEAHEY,THOMAS,H

CHARLES

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.080Control Test 22:06

0.000Air Blank 22:06

# 1 0.000Subject Sample 22:06

1.207Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.000Subject Sample 22:09

1.503Breath Volume 22:09

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:1804/22/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:17

Palm Beach County SO

AMADON,WILL

09/05/2025

14323080A3

Palm Beach County SO

KIGLER,TIA,L

VILLALON ARVIZO

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:19

# 1 0.240Subject Sample 23:19

2.167Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.267Subject Sample 23:22

1.808Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 3 0.244Subject Sample 23:25

3.109Breath Volume 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2804/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:18

Palm Beach County SO

AMADON,WILL

09/05/2025

14323080A3

Palm Beach County SO

O'NEAL,SHARI,L

KHALEEL

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

# 1 0.160Subject Sample 02:05

2.332Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.155Subject Sample 02:08

1.781Breath Volume 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3604/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:29

Palm Beach County SO

LAFLEUR,ROBENSON

09/05/2025

14323080A3

FHP Troop L

BELL,JOSHUA,J

LOVE

03/14/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:36

# 1 0.170Subject Sample 02:36

1.496Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.176Subject Sample 02:39

2.652Breath Volume 02:39

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 04/25/2025 16:10

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4404/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:18

Stuart PD

KUFFNER,PRESTON

06/05/2025

08223080A5

Stuart PD

KUFFNER,PRESTON,S

WILIAMSON

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.080Control Test 03:01

0.000Air Blank 03:01

# 1 0.136Subject Sample 03:03

1.894Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.138Subject Sample 03:08

1.148Breath Volume 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/22/2025 23:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:3004/01/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:50

Stuart PD

BRYANT,STEPHEN

06/05/2025

08223080A5

Stuart PD

BRYANT,STEPHEN,E

GARAY

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.080Control Test 23:44

0.000Air Blank 23:44

# 1 0.284Subject Sample 23:47 Volume Not Met

0.000Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2Subject Sample 23:51 Slope Not Met

1.195Breath Volume 23:51

0.000Air Blank 23:52

0.078Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 04/22/2025 20:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:4504/04/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:54

Stuart PD

BRYANT,STEPHEN

06/05/2025

08223080A5

Stuart PD

BRYANT,STEPHEN,E

SELLMAN

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:37

# 1 0.255Subject Sample 21:39

1.253Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:44

0.079Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 04/22/2025 20:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:30:5104/05/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:02

14:46

Martin County SO

BRADY,REBECCA

06/05/2025

08223080A5

Martin County SO

BRADY,REBECCA,A

MARK

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:23

0.000Air Blank 15:24

0.080Control Test 15:24

0.000Air Blank 15:25

# 1 0.433Subject Sample 15:26

3.531Breath Volume 15:26

0.000Air Blank 15:26

0.000Air Blank 15:28

# 2 0.433Subject Sample 15:29

1.886Breath Volume 15:29

0.000Air Blank 15:29

0.079Control Test 15:30

0.000Air Blank 15:30

OKDiagnostics Check 15:30

Data Download Date/Time: 04/22/2025 20:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3804/07/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:54

FHP Troop K

PIGG,JACOB

06/05/2025

08223080A5

FHP Troop K

PIGG,JACOB,M

HOLT

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1 0.000Subject Sample 03:11

1.457Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.000Subject Sample 03:14

1.585Breath Volume 03:14

0.000Air Blank 03:14

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 04/22/2025 20:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:5004/08/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

15:35

Martin County SO

THOMAS,NICHOLAS

06/05/2025

08223080A5

Martin County SO

THOMAS,NICHOLAS,A

GALLAGHER

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:06

0.000Air Blank 17:07

0.080Control Test 17:07

0.000Air Blank 17:08

# 1 0.000Subject Sample 17:08

1.816Breath Volume 17:08

0.000Air Blank 17:09

0.000Air Blank 17:11

# 2 0.000Subject Sample 17:12

1.648Breath Volume 17:12

0.000Air Blank 17:12

0.081Control Test 17:13

0.000Air Blank 17:13

OKDiagnostics Check 17:13

Data Download Date/Time: 04/22/2025 20:40

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:2404/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:27

Martin County SO

LEVENAR,TATIANA

06/05/2025

08223080A5

Martin County SO

LEVENAR,TATIANA,R

ESHAM

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1 0.109Subject Sample 04:10

2.000Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.101Subject Sample 04:13

2.500Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:4004/12/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:53

Martin County SO

DUNLOP,MATTHEW

06/05/2025

08223080A5

Martin County SO

DUNLOP,MATTHEW,J

PALMER

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:56

0.000Air Blank 22:56

# 1 0.220Subject Sample 22:57

2.484Breath Volume 22:57

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.221Subject Sample 23:00

2.031Breath Volume 23:00

0.000Air Blank 23:00

0.079Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2204/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:54

Martin County SO

LEVENAR,TATIANA

06/05/2025

08223080A5

Martin County SO

LEVENAR,TATIANA,R

MATIAS

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

# 1 0.180Subject Sample 02:42

2.542Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.190Subject Sample 02:45

3.113Breath Volume 02:45

0.000Air Blank 02:46

0.078Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:35:3904/13/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:45

Martin County SO

THOMAS,NICHOLAS

06/05/2025

08223080A5

Martin County SO

THOMAS,NICHOLAS,A

HENECKE

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:27

0.000Air Blank 15:28

0.081Control Test 15:28

0.000Air Blank 15:29

# 1 0.232Subject Sample 15:30

1.859Breath Volume 15:30

0.000Air Blank 15:31

0.000Air Blank 15:32

# 2 0.222Subject Sample 15:34

2.562Breath Volume 15:34

0.000Air Blank 15:34

0.079Control Test 15:35

0.000Air Blank 15:35

OKDiagnostics Check 15:35

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:02:3804/14/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

13:03

Martin County SO

THOMAS,NICHOLAS

06/05/2025

08223080A5

Martin County SO

THOMAS,NICHOLAS,A

RAJU VUNDI

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:55

0.000Air Blank 13:56

0.081Control Test 13:56

0.000Air Blank 13:57

# 1 0.231Subject Sample 13:57

1.527Breath Volume 13:57

0.000Air Blank 13:58

0.000Air Blank 14:00

# 2 0.230Subject Sample 14:00

1.941Breath Volume 14:00

0.000Air Blank 14:01

0.081Control Test 14:02

0.000Air Blank 14:02

OKDiagnostics Check 14:02

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3204/15/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:59

Martin County SO

THOMAS,CHRISTOPHER

06/05/2025

08223080A5

Martin County SO

THOMAS,CHRISTOPHER,L

BILZ

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:42

# 1 0.157Subject Sample 00:44

1.343Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.159Subject Sample 00:46

1.207Breath Volume 00:46

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1704/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:15

Stuart PD

ANGERVIL,CLAUDY

06/05/2025

08223080A5

Stuart PD

ANGERVIL,CLAUDY,P

NICHOLAS

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.081Control Test 02:56

0.000Air Blank 02:56

# 1Subject Sample 02:58 Subject Test Refused

0.000Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:2704/18/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

19:51

Stuart PD

LOTT,ERIC

06/05/2025

08223080A5

Stuart PD

LOTT,ERIC,C

BOLDUC

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:06

# 1 0.048Subject Sample 22:07

1.300Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:09

# 2 0.044Subject Sample 22:10

1.214Breath Volume 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:1804/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:36

Martin County SO

THOMAS,CHRISTOPHER

06/05/2025

08223080A5

Martin County SO

THOMAS,CHRISTOPHER,L

YOUNG-VACHON

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:51:3404/19/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

15:09

Martin County SO

BLASZYK,JACOB

06/05/2025

08223080A5

Martin County SO

BLASZYK,JACOB,A

GIANNETTO

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:40

0.000Air Blank 15:40

0.081Control Test 15:40

0.000Air Blank 15:41

# 1Subject Sample 15:44 No Sample Provided

0.000Breath Volume 15:44

0.000Air Blank 15:45

0.000Air Blank 15:47

# 2Subject Sample 15:50 No Sample Provided

0.000Breath Volume 15:50

0.000Air Blank 15:50

0.082Control Test 15:50

0.000Air Blank 15:51

OKDiagnostics Check 15:51

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0604/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:51

Martin County SO

DUNLOP,MATTHEW

06/05/2025

08223080A5

Martin County SO

DUNLOP,MATTHEW,J

ARGUETA ARGUETA

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

# 1 0.149Subject Sample 02:19

2.375Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.131Subject Sample 02:23

1.488Breath Volume 02:23

0.000Air Blank 02:24

0.078Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:59:0904/20/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:29

13:03

Stuart PD

SANTAMARIA,LEONARDO

06/05/2025

08223080A5

Stuart PD

SANTAMARIA,LEONARDO,T

TENCH

03/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:52

0.000Air Blank 13:52

0.080Control Test 13:53

0.000Air Blank 13:53

# 1 0.231Subject Sample 13:54

2.468Breath Volume 13:54

0.000Air Blank 13:54

0.000Air Blank 13:56

# 2 0.234Subject Sample 13:57

2.222Breath Volume 13:57

0.000Air Blank 13:58

0.080Control Test 13:58

0.000Air Blank 13:59

OKDiagnostics Check 13:59

Data Download Date/Time: 04/22/2025 20:41

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:0804/25/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:16

Stuart PD

ANGERVIL,CLAUDY

06/05/2025

08223080A5

Stuart PD

ANGERVIL,CLAUDY,P

QUINLAN

04/22/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.081Control Test 22:00

0.000Air Blank 22:00

# 1 0.252Subject Sample 22:01

1.355Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:03

# 2 0.244Subject Sample 22:04

1.445Breath Volume 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 05/15/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:0404/26/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:11

Stuart PD

ANGERVIL,CLAUDY

06/05/2025

08223080A5

Stuart PD

ANGERVIL,CLAUDY,P

PARADISO

04/22/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1Subject Sample 00:48 Subject Test Refused

0.000Breath Volume 00:48

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:50

Data Download Date/Time: 05/15/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:5004/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:05

Martin County SO

LEVENAR,TATIANA

06/05/2025

08223080A5

Martin County SO

LEVENAR,TATIANA,R

CAMACHO

04/22/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.081Control Test 23:51

0.000Air Blank 23:51

# 2 0.188Subject Sample 23:53

3.679Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 3 0.162Subject Sample 23:56

1.398Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.184Subject Sample 00:00

3.531Breath Volume 00:00

0.000Air Blank 00:00

0.079Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 05/15/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:5504/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:48

Martin County SO

BELMAN-OTERO,JOHNATHAN

06/05/2025

08223080A5

Martin County SO

TUTTLE,ADAM,R

MCCORMICK

04/22/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:38

0.000Air Blank 00:39

0.079Control Test 00:39

0.000Air Blank 00:39

# 1 0.150Subject Sample 00:40

2.742Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:42

# 2 0.147Subject Sample 00:43

2.695Breath Volume 00:43

0.000Air Blank 00:43

0.079Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 05/15/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:4304/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

00:49

Stuart PD

ANGERVIL,CLAUDY

06/05/2025

08223080A5

Stuart PD

ANGERVIL,CLAUDY,P

HENDERSON

04/22/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.079Control Test 01:23

0.000Air Blank 01:23

# 1 0.240Subject Sample 01:24

3.347Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.249Subject Sample 01:27

4.054Breath Volume 01:27

0.000Air Blank 01:27

0.080Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 05/15/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:2104/27/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

17:50

Martin County SO

THOMAS,NICHOLAS

06/05/2025

08223080A5

Martin County SO

THOMAS,NICHOLAS,A

REINEKE

04/22/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.080Control Test 18:54

0.000Air Blank 18:55

# 1 0.000Subject Sample 18:55

3.296Breath Volume 18:55

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.000Subject Sample 18:58

2.976Breath Volume 18:58

0.000Air Blank 18:59

0.081Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 05/15/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:5304/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:40

Martin County SO

GITLIN,CORY

06/05/2025

08223080A5

Martin County SO

GITLIN,CORY,J

FLORIO

04/22/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:34

0.081Control Test 18:34

0.000Air Blank 18:35

# 1 0.178Subject Sample 18:36

1.769Breath Volume 18:36

0.000Air Blank 18:36

0.000Air Blank 18:38

# 2 0.165Subject Sample 18:40

1.597Breath Volume 18:40

0.000Air Blank 18:40

0.080Control Test 18:41

0.000Air Blank 18:41

OKDiagnostics Check 18:41

Data Download Date/Time: 05/15/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:3704/29/2025

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:00

FHP Troop L

PERKINS,CHRISTOPHER

06/05/2025

08223080A5

FHP Troop L

PERKINS,CHRISTOPHER,R

PEDRO

04/22/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.081Control Test 22:07

0.000Air Blank 22:07

# 1 0.206Subject Sample 22:08

1.871Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:10

# 2 0.194Subject Sample 22:13

1.765Breath Volume 22:13

0.000Air Blank 22:14

0.078Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 05/15/2025 20:22

08 December 2025Printed:

COBRA ©1997-2014 CMI, Inc.


