Return Material Authorization

Shipto: Y] CMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: Anthony Dobosiewicz on 2/24/2022
Items Returned: Instrument 2  Supplies [0  Other (I Describe:
Instrument Model: Intoxilyzer 8000 Serial Number; 80-006638
Bill To Address: Ship to Address:
Florida Highway Patrol Troop C Florida Department of Law Enforcement
Attn: Anthony Dobosiewicz Fort Myers Regional Operations Center
11305 N. McKinley Drive Attn: Alcohol Testing Program
Tampa, Florida 33612 4700 Terminal Drive, Suite 1

Fort Myers, FL 33907

Reason for Return:

During startup, instrument gives EEPROM Fail and will not come out of Standby Mode.

Please choose one of the following options: -

mEM , authorize all repairs.

2 1 , authorize repairs up to $

3 1 require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Anthony Dobosiewicz

Phone #: 813-558-1800 Email: AnthonyDobosiewicz@flhsmv.gov
ATP Contact Name: Taylor Gutschow ATP Email: TaylorGutschow@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 10f 1

Issuing Authority: Alcohol Testing Program For Intermal ATP Use Only




FOLE

INSTRUMENT PROCESSING SHEET

Agency FHP Troop C

S/N_80-006638

Florida Department of Date In 2/24/2022 DI Completion Date ®ship Op/u QOH/D ®WcMI OEE
Law Enforcement
0 a ' Date _| Flow Calibration By _Date
i Annual O Breath Tube Screen Flow Column #
U Registration O Replace External O-Rings O 5L/min - 17mm
O Return from CMI / EE O Instrument Set Up Verified Q 15L/min = 53mm
Visual Inspection: O R-Value =t O 30L/min - 103mm
= O Flow Verification (L/s) O R-Value
® Case @ Handle —_— P
Flow Column # U Post Calibration Verification (L/s)
#@ Keyboard @ Dry Gas Shelf
= 32 mm (.139 - .169) | Flow Column #
@ Feet @ Breath Tube
& Ports W Screws Tight 36 mm (.156 - .190) 32 mm (.139 -.169)
. . 53 mm (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm (.447 - .547) 53 mm (.228 - .278)
O Power cord O Printer Cable Q Barometric Pressure Check 103 mm (.447 - .547)
@ Static Bag 0 12v DC Cable Gauge ID #
Notes: EI Stabrllty Checks
- s ”\Maintenan_c'éa:i = T BV R
0_050 O Battery Replacement
0 Dry Gas Regulator Replacement
0.080 0 Breath Tube Replacement
O Other
0.200
0.080 DGS N/A
P av i .;L_Z.:,,' . Department lﬁspect!on :.,"..:‘.:<:2'.: . . . '_-:_,:,_:: 5 By ’
: Barometric Pressure [D#
‘Simulator | Seriz | Expiration || Gauge Instrument
0.000 N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock So|ut|on Lot # _
0.100 Simulator | serial Number
0.200 0. 0"3
Interferent
0.300 T
0.080 DGS N/A 0.080
0.200
Q Post Calibration Adjustment Stab:llty Checks | pr—
_Simulator | Serial # Expiration | | [ /Attachments e L
0.050 O Form 41 0 Post-Stability Checks
0.080 [ Stability Checks O Flow Calibration
0.200 [ Calibration Certificate U Form 40
0.080 DGS N/A O Calibration Adjustment @ Other Form 51
Notes/Suggested Service: EEPROM Fail during startup.
Will not come out of Standby Mode. Will send to CMI
for repair (TDG)
L Remain Out of Evidentiarv Use .
Conduct an Agencv fnspectlon Before Evidantlaw Use .
TechReview /Date  AdminReview/Date
FDLE/ATP Form 48 January 2022 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program

For Internal ATP Use ONLY




FOLE

INSTRUMENT PROCESSING SHEET
Agency Florida Highway Patrol Troop C

$/N 80-006638

Florida Department of  Date In 7/11/2022 DI Completion Date 7/12/2022 @ship Qp/Uu QOH/D QcMI QEE
Law Enforcement
Intake By DERR Quality Checks By DERR Date 711212022 | Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
U Registration @ Replace External O-Rings O 5L/min - 17mm
@ Return from CMI / EE @ Instrument Set Up Verified U 15L/min = 53mm
Vi — @ R-Value 204 & 30L/min - 103mm
isual Inspection: B
& Case & Handle @ Flow Verification (L/s) a R‘Value. : —
& Kevboard & Drv Gas Shelf Flow Column # ATP101 O Post Calibration Verification (L/s)
y Y e _—
& Feet B Breath Tube 32 mm AO.160 (.139-.169) | Flow Column #
& Ports W Bicewi Tigh 36 mm 0.179 (.156-.190) | 32mm (.139 -.169)
53 mm 0.250 (.228 -.278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.503 (.447 - 547) 53 mm (228 -.278)
U Power cord O Printer Cable & Barometric Pressure Check 103 mm (.447 - 547)
@ Static Bag U 12V DC Cable Gauge ID # 28199
Notes: @ Stability Checks
Simulator | Serial # Lot #/Exp NIaItanRance By
0.050° 202201C Ul Battery Replacement
MP4863 01/11/2024 U Dry Gas Regulator Replacement
0.080 S 202201D U Breath Tube Replacement
01/18/2024 || H Other
0.200 MP5097 202201E
01/18/2024
0.080 DGS N/A AG115904
06/08/2023
Calibration Adjustment By Department Inspection BYARERE
Barometric Pressure Gauge ID# Barometric Pressure ID# 26932
Simulator | Serial # Lot # Expiration Gauge 1014 Instrument 1015
0.000 N/A N/A Mouth Alcohol Solution Lot # 2021-D
0.040 Acetone Stock Solution Lot # 2021-C
0.100 Simulator Serial Number
0.200 0.000 SD1014
Interferent SD1017
0.300 0.050 MP4863
0.080 DGS N/A 0.080 MP4864
U Post Calibration Adjustment Stability Checks 220 MPS097
Simulator | Serial # Lot # Expiration Attachments ,
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080 DGS N/A U Calibration Adjustment U Other
Notes/Suggested Service: @ Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC
@ Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use ;
& Conduct an Agency Inspection Beforeﬂd%@m@yg
S e 12
Israel Soto 57 |
Tech Review / Date Admin k?,v'ievgd Pt

FDLE/ATP Form 48 January 2022
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED

For Internal ATP

Page 1 of 1
Use ONLY
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: FHP TROOP C Serial Number: 80-006638
Time of Inspection: 10:28 Date of Inspection: 07/12/2022 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202201C Lot#:202201D Lot#:202201E (g/210L)

Exp: 01/11/2024 Exp: 01/18/2024 Exp: 01/18/2024 Lot#:AG115904
Exp: 06/08/2023

0.000 0.049 0.079 0.198 0.000 / 0.080
0.000 0.049 0.080 0.199 0.000 / 0.080
0.000 0.050 0.079 0.199 0.000 / 0.080
0.000 0.050 0.079 0.199 0.000 / 0.080
0.000 0.050 0.080 0.199 0.000 / 0.080
0.000 0.050 0.079 0.199 , 0.000 / o0.080
0.000 0.050 0.080 0.199 0.000 / 0.08¢0
0.000 0.050 0.079 0.199 0.000 / 0.080
0.000 0.050 0.079 0.199 0.000 / 0.080
0.000 0.050 0.080 0.200 0.000 / 0.080
Standard Deviations | 0.0004 0.0005 0.0004 0.0000 / 0.0000

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used:

Remarks:
08: Control Outside ToleranceREPLACED EMPTY DGS.

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify tlat I perfgrmed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DAVID E REYES-RIVERA

5

Signature and Printed Name

07/12/2022
Date

FDLE/ATP Form 41 —Revised August 2005
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: FHP TROOP C i Serial Number: 80-006638
Time of Inspection: 13:04 Date of Inspection: 09/01/2022 Software: 8100.27

Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202201C Lot#:202201D Lot#:202201E (g/210L)

Exp: 01/11/2024 Exp: 01/18/2024 Exp: 01/18/2024 Lot#:00521080A2

Exp: 02/05/2023

0.000 0.049 0.079 0.198 0.081
0.000 0.050 0.079 0.199 0.081
0.000 0.049 0.079 0.199 0.080
0.000 0.049 0.080 0.199 0.080
0.000 0.050 0.080 0.199 0.080
0.000 0.050 0.079% 0.199 0.080
0.000 0.050 0.079 0.199 0.080
0.000 0.049 0.080 0.199 0.081
0.000 0.049 0.079 0.199 0.080
0.000 0.050 0.080 0.199 0.080
Standard Deviations | 0.0005 0.0005 0.0003 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DAVID E REYES-RIVERA
Signature and Printed Name

09/01/2022
Date

FDLE/ATP Form 41 —Revised August 2005



Mwu%_ﬂ Test , MM«Mmm“m_MMM&Q Dmmﬂ_QI - Date Performed By
abilities - orida Highway Patrol Troop C 9/1/2022 DERR
/ Y724
0.05g/210L 7 0.08g/210L . 0.20g/210L P DGS 0.08g/210L
0.047 t0 0.053 [_V/] | 0.077t00.083 [ V] 0.194 t0 0.206 |_I/] 0.077 to 0.083[ 7] .
F oY
FHP TRODP C : FHP TROOP C FHP TROOP ¢
Intoxilyzer - Alconol Analyzer ; Intoxilyzer - Rlcono! Analyzer Intoxi er - Rlcohol Analyzer FHP TROOP C
Model 8000 SN 80-006638 fode! 8000 SN 80-006638 odel 8310 "o 003 Intoxilyzer - Alcohol Analyzer
090172022 w 09/01/2022 ‘ Dea_.sz% i lfode! 8000 SN 80-006638
Softuare: 8100.27 M Softuare: 8100.27 : mm:&ﬂm.-m_g » 18/01/2022
| PRRE: SUlfaf Softuare: 8100,27
Test - 32100 Tie Test ; a2l .
: Tk yet st yail
Air Blank 0.000 18:38 Air Blank 0.000 " 0844 8ir Blank 0.000 18:48
Control Test 3 0,050 18:39 Control Test 0,078 08:45 mw_ﬂﬁm% st 019 g | Air Blank 0.000 18:3 :
gir Blak . 4 0,000 ir Blank .00 08:45 air Blank 0000 850 Control Test  0.080 08:56
Control Tegg ! 0,050 Control Test 0,080 18:4 Control Test 0,19 08:51 Rir Blank 0.000 — 0856
Bir Blank 0000 Bir Blank 0.000 08: 4% 8ir Blank 0.000 18:32 Control Test 0,081 D5
Control Test 0,050 Conirol Test 0,080 B4 Control Test 0,198 18:53 Air Blank .00 06:57
ir Blank 1,000 ir Blank 0,000 847 Rlark 0000 18:53 Control Test  0.080 0857
Control Test Stats Contre! Test Stats Control Test Stats Air Blank 0.000 be:58 -
fuerage 10500 fuerage 0.07%7 Auerage 0.1983 Control Test Stats
Std Deu 0.0000 Std Dew 0.0 _ Std Deu 0.0006 Ruerage 0.0803
Rel Std Deu(z)  10.0000 Rel Std Deu(yy 0.7247 ~ - Rel Std Deutx)  1.291] 5td Dev 1.000
. . . Rel Std Deu(z)  0.7187
e s st s g Z/a
Operator’s Signature
|
| <




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - &INTOXILYZER 8000

Agency: FHP TROOP C

Serial Number:

80-006638

Time of Inspection: 07:09 Date of Inspection: 09/01/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No
Diagnostic Check (Pre-Inspection): OK
No
Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
) No
Diagnostic Check (Post-Inspection): OK
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Bxp: Exp: Exp: Lot#:
ExXp:

Number of Simulators Used:

Remarks:
COMPLIANCE NOT DETERMINED, AI NOT CONDUCTED.

The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspectiop in acgordance with the provisions of Chapter 11D-8, FAC.
//;/;

/64*/7/<77f§ L DAVID E REYES-RIVERA
14 ! Wf/ / R Signature and Printed Name
09/01/2022
Date

FDLE/ATP Form 40 — March 2004



