
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:5501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:45

Palm Bay PD

BARNETT,JAMES

12/05/2026

32324080A2

Palm Bay PD

BARNETT,JAMES,C

SEIKE

12/26/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.082Control Test 01:17

0.000Air Blank 01:18

# 1 0.257Subject Sample 01:18

4.183Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.245Subject Sample 01:22

4.304Breath Volume 01:22

0.000Air Blank 01:22

0.081Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 01/23/2026 15:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3401/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:11

Palm Bay PD

ELALFI,ALEX

12/05/2026

32324080A2

Palm Bay PD

HODGDON,TODD,S

HERLAN-THOMAS

12/26/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.081Control Test 02:39

0.000Air Blank 02:39

# 1 0.046Subject Sample 02:40

2.410Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.046Subject Sample 02:43

2.414Breath Volume 02:43

0.000Air Blank 02:43

0.082Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 01/23/2026 15:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:0201/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:47

Palm Bay PD

SCHOENER,ANDREW

12/05/2026

32324080A2

Palm Bay PD

HODGDON,TODD,S

AGEE

12/26/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.082Control Test 03:35

0.000Air Blank 03:35

# 1 0.037Subject Sample 03:36

1.761Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.036Subject Sample 03:39

2.144Breath Volume 03:39

0.000Air Blank 03:40

0.082Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:41

Data Download Date/Time: 01/23/2026 15:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:14:1101/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:34

16:34

Palm Bay PD

SMITH,TYLER

12/05/2026

32324080A2

Palm Bay PD

MIGLIARA,KENDALL,R

HERNANDEZ ORTIZ

12/26/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:07

0.000Air Blank 17:07

0.080Control Test 17:07

0.000Air Blank 17:08

# 1 0.224Subject Sample 17:09

4.089Breath Volume 17:09

0.000Air Blank 17:09

0.000Air Blank 17:11

# 2 0.232Subject Sample 17:12

4.453Breath Volume 17:12

0.000Air Blank 17:13

0.080Control Test 17:13

0.000Air Blank 17:14

OKDiagnostics Check 17:14

Data Download Date/Time: 01/23/2026 15:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:01:3301/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:20

09:29

Palm Bay PD

SMITH,TYLER

12/05/2026

32324080A2

Palm Bay PD

MIGLIARA,KENDALL,R

LEDKINS

12/26/2025

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:54

0.000Air Blank 09:55

0.081Control Test 09:55

0.000Air Blank 09:55

# 1 0.077Subject Sample 09:56

1.804Breath Volume 09:56

0.000Air Blank 09:57

0.000Air Blank 09:59

# 2 0.079Subject Sample 10:00

2.246Breath Volume 10:00

0.000Air Blank 10:00

0.080Control Test 10:00

0.000Air Blank 10:01

OKDiagnostics Check 10:01

Data Download Date/Time: 01/23/2026 15:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:3701/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:50

Palm Bay PD

BISEL,BRANDON

12/05/2026

32324080A2

Palm Bay PD

BARNETT,JAMES,C

MONTGOMERY

01/23/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

# 1 0.312Subject Sample 00:58

3.566Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.304Subject Sample 01:01

3.656Breath Volume 01:01

0.000Air Blank 01:02

0.080Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 02/26/2026 17:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:40:3101/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:09

07:33

Palm Bay PD

MOCK,MATTHEW

12/05/2026

32324080A2

Palm Bay PD

MIGLIARA,KENDALL,R

RODRIGUEZ

01/23/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:34

0.000Air Blank 08:34

0.081Control Test 08:34

0.000Air Blank 08:35

# 1 0.095Subject Sample 08:35

1.683Breath Volume 08:35

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2 0.095Subject Sample 08:38

1.472Breath Volume 08:38

0.000Air Blank 08:39

0.081Control Test 08:39

0.000Air Blank 08:40

OKDiagnostics Check 08:40

Data Download Date/Time: 02/26/2026 17:02

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:0001/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:43

Charlotte County SO

KUBA,J

07/05/2027

15025080A1

Charlotte County SO

STEINMETZ,J,L

WARRINGTON

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.081Control Test 21:57

0.000Air Blank 21:57

# 1 0.133Subject Sample 21:58

1.917Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.135Subject Sample 22:01

2.492Breath Volume 22:01

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:03

Data Download Date/Time: 01/18/2026 23:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0401/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:25

Punta Gorda PD

SMITH,PGPD Z

07/05/2027

15025080A1

Punta Gorda PD

WILLIAMS,CCSO K,

ARCHER

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.081Control Test 04:10

0.000Air Blank 04:10

# 1 0.241Subject Sample 04:11

3.628Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.239Subject Sample 04:14

2.425Breath Volume 04:14

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:16

Data Download Date/Time: 01/18/2026 23:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:1501/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:16

Charlotte County SO

ZUCZEK,T

07/05/2027

15025080A1

Charlotte County SO

WILES,MICHAEL,P

ZANGHI

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

# 1 0.145Subject Sample 01:34

1.484Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.143Subject Sample 01:38

1.300Breath Volume 01:38

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:1301/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:45

Charlotte County SO

KING,E

07/05/2027

15025080A1

Charlotte County SO

WILSON,MARISSA,A

WILSON

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:50

# 1 0.110Subject Sample 03:51

1.828Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.103Subject Sample 03:54

1.667Breath Volume 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4401/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:50

Charlotte County SO

GERHARDT,P

07/05/2027

15025080A1

Charlotte County SO

WILES,MICHAEL,P

FINN

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1 0.184Subject Sample 02:58

1.980Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.194Subject Sample 03:02

1.511Breath Volume 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:0101/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:30

Charlotte County SO

KUBA,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

MONN,CLARENCE,

KERBER

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:44

# 1 0.020Subject Sample 23:45

1.929Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.018Subject Sample 23:48

1.851Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:50

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:49:0901/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:23

06:46

Charlotte County SO

TAYLOR,F.

07/05/2027

15025080A1

Charlotte County SO

MANO,MARDEE,G

LEAVITT

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:43

0.000Air Blank 07:43

0.079Control Test 07:44

0.000Air Blank 07:44

# 1 0.000Subject Sample 07:45

2.707Breath Volume 07:45

0.000Air Blank 07:45

0.000Air Blank 07:47

# 2 0.000Subject Sample 07:47

2.562Breath Volume 07:47

0.000Air Blank 07:48

0.080Control Test 07:48

0.000Air Blank 07:49

OKDiagnostics Check 07:49

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:0701/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:45

Charlotte County SO

LAKE,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,E

ZANGHI

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

# 1 0.156Subject Sample 00:51

2.707Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.166Subject Sample 00:54

2.960Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5501/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:47

Charlotte County SO

PAWLOWSKI,OFF

07/05/2027

15025080A1

Punta Gorda PD

WALDROP,P,

TURNER

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:35

# 1 0.153Subject Sample 03:36

2.179Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.152Subject Sample 03:39

1.593Breath Volume 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:5301/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:09

Charlotte County SO

RALDIRES,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

RODRIGUEZ ORDONEZ

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.081Control Test 21:08

0.000Air Blank 21:08

# 1 0.201Subject Sample 21:11

2.519Breath Volume 21:11

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.189Subject Sample 21:15

1.484Breath Volume 21:15

0.000Air Blank 21:15

0.079Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:4201/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:20

Charlotte County SO

MAYFIELD,M

07/05/2027

15025080A1

Charlotte County SO

HAWTHORNE,OLIVIA,J

TUPPER

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:24

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:25

# 1 0.000Subject Sample 22:26

1.324Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.000Subject Sample 22:31

1.230Breath Volume 22:31

0.000Air Blank 22:31

0.081Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:3801/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:24

Charlotte County SO

GERHART,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

TILLOTSON

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

# 1 0.124Subject Sample 00:58 Volume Not Met

0.082Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.128Subject Sample 01:03

1.183Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 3 0.115Subject Sample 01:09 Volume Not Met

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1901/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:24

Charlotte County SO

GERHART,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

TILLOTSON

12/27/2025

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.079Control Test 01:16

0.000Air Blank 01:16

# 1 0.094Subject Sample 01:19 Volume Not Met

0.574Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.120Subject Sample 01:24

1.132Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 3 0.121Subject Sample 01:29 Volume Not Met

0.164Breath Volume 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/18/2026 23:29

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0501/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:43

Charlotte County SO

JORDAN,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

MACK

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:48

Data Download Date/Time: 02/22/2026 21:34

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:4101/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

22:43

Charlotte County SO

JORDAN,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

MACK

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:04

# 1 0.174Subject Sample 00:05

3.593Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.171Subject Sample 00:08

3.359Breath Volume 00:08

0.000Air Blank 00:08

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 02/22/2026 21:34

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5801/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

23:29

Charlotte County SO

SOSA FERNANDEZ,N

07/05/2027

15025080A1

North Port PD

WILSON,M,A

CALERO PEREZ

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

# 1 0.130Subject Sample 01:54

1.101Breath Volume 01:54

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.121Subject Sample 01:58

1.644Breath Volume 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 02/22/2026 21:34

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5001/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:11

Charlotte County SO

KUBA,J

07/05/2027

15025080A1

Charlotte County SO

STEINMETZ,J,L

BROWN

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.079Control Test 03:38

0.000Air Blank 03:38

# 1 0.189Subject Sample 03:39

2.121Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:41

# 2 0.181Subject Sample 03:42

2.574Breath Volume 03:42

0.000Air Blank 03:42

0.079Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 02/22/2026 21:34

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:5801/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:08

FHP Troop F

COLWELL,CHASE

07/05/2027

15025080A1

FHP Troop F

COLWELL,CHASE,U

KEEN

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:04

# 1 0.278Subject Sample 00:05

1.625Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2Subject Sample 00:08 RFI Detect

0.000Breath Volume 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 02/22/2026 21:34

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:1201/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:08

FHP Troop F

COLWELL,CHASE

07/05/2027

15025080A1

FHP Troop F

COLWELL,CHASE,U

KEEN

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.079Control Test 00:12

0.000Air Blank 00:12

# 1 0.272Subject Sample 00:13

2.402Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.272Subject Sample 00:16

2.851Breath Volume 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 02/22/2026 21:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:4801/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:27

15:53

Charlotte County SO

GIAQUINTO,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

RUSSO,CHARLES,A

HARRIS

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:51

0.000Air Blank 16:51

0.080Control Test 16:51

0.000Air Blank 16:52

# 1 0.150Subject Sample 16:53

1.375Breath Volume 16:53

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.152Subject Sample 16:56

1.675Breath Volume 16:56

0.000Air Blank 16:56

0.080Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 02/22/2026 21:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:0601/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:33

Charlotte County SO

DODSON,T

07/05/2027

15025080A1

Charlotte County SO

WILES,MICHAEL,P

JOHNSTON

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.081Control Test 21:38

0.000Air Blank 21:38

# 1 0.158Subject Sample 21:39

1.703Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.162Subject Sample 21:42

2.011Breath Volume 21:42

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 02/22/2026 21:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:3901/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

20:55

Charlotte County SO

ANDERSON,K

07/05/2027

15025080A1

Charlotte County SO

WILES,MICHAEL,P

ROGERS

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.081Control Test 22:19

0.000Air Blank 22:20

# 1 0.000Subject Sample 22:21

3.160Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.000Subject Sample 22:24

3.234Breath Volume 22:24

0.000Air Blank 22:24

0.082Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 02/22/2026 21:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:3501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:23

Palm Beach County SO

LONDONO,JULIAN

09/05/2027

19825080A2

Boynton Beach PD

BELL,JOSHUA,J

BANKO

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:25

# 1Subject Sample 00:27 Subject Test Refused

0.000Breath Volume 00:27

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4301/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:28

Palm Beach County SO

SNELGROVE,DYLAN

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

LOPEZ VASQUEZ

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:22

0.000Air Blank 02:22

# 1 0.213Subject Sample 02:25 Volume Not Met

0.132Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:1501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:42

Palm Beach County SO

KAHN,J

09/05/2027

19825080A2

Palm Beach Gardens

RAGIN,RENEE,M

RIVERA

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

# 1 0.198Subject Sample 03:38

2.804Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.179Subject Sample 03:43 Volume Not Met

0.187Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 3 0.195Subject Sample 03:46

3.304Breath Volume 03:46

0.000Air Blank 03:47

0.078Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5601/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:06

Palm Beach County SO

MILORD,JHAMIL

09/05/2027

19825080A2

North Palm Beach

POUND,PARIS,D

MATTHEWS

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1 0.093Subject Sample 04:02

3.132Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.090Subject Sample 04:05

2.246Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:57:0501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:57

06:33

Palm Beach County SO

SNELGROVE,DLYAN

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

BARBOZA STALLONE

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:50

0.000Air Blank 07:51

0.080Control Test 07:51

0.000Air Blank 07:52

# 1 0.074Subject Sample 07:52

2.316Breath Volume 07:52

0.000Air Blank 07:53

0.000Air Blank 07:55

# 2 0.075Subject Sample 07:55

2.511Breath Volume 07:55

0.000Air Blank 07:56

0.081Control Test 07:56

0.000Air Blank 07:56

OKDiagnostics Check 07:57

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:2901/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

21:56

Palm Beach County SO

WHITE,EDWARD

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

SCHREIBER

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1 0.156Subject Sample 23:08

1.761Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.166Subject Sample 23:11

2.093Breath Volume 23:11

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4101/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:33

Palm Beach County SO

LAFLEUR,ROBINSON

09/05/2027

19825080A2

FHP Troop L

RAGIN,RENEE,M

QUINONES CASTRO

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

# 1 0.167Subject Sample 03:26

1.832Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.164Subject Sample 03:29

2.039Breath Volume 03:29

0.000Air Blank 03:29

0.080Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:5701/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:47

Palm Beach County SO

DENIER,MICHAEL

09/05/2027

19825080A2

Jupiter PD

BELL,JOSHUA,J

ALMA

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:58

# 1 0.201Subject Sample 04:59

1.921Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.212Subject Sample 05:03

3.968Breath Volume 05:03

0.000Air Blank 05:04

0.079Control Test 05:04

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:32:3801/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

05:27

Palm Beach County SO

SNELGROVE,DYLAN

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

HARRIS

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:25

0.000Air Blank 06:26

0.080Control Test 06:26

0.000Air Blank 06:27

# 1 0.000Subject Sample 06:27

1.492Breath Volume 06:27

0.000Air Blank 06:28

0.000Air Blank 06:30

# 2 0.000Subject Sample 06:31

1.816Breath Volume 06:31

0.000Air Blank 06:31

0.080Control Test 06:32

0.000Air Blank 06:32

OKDiagnostics Check 06:32

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1501/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:05

Palm Beach County SO

WHITE,EDWARD

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

AGILAR TORRES

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:07

# 1 0.177Subject Sample 02:08

1.539Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.172Subject Sample 02:11

1.355Breath Volume 02:11

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4401/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:02

Palm Beach County SO

FLINK,ANDREW

09/05/2027

19825080A2

Palm Beach Gardens

STEPHENS,TIA,L

LOFTUS

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:14

# 1 0.165Subject Sample 00:16

1.468Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.167Subject Sample 00:19

2.269Breath Volume 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:5501/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

01:58

Palm Beach County SO

FLINK,ANDREW

09/05/2027

19825080A2

Palm Beach Gardens

RAGIN,RENEE,M

TRAN

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

# 1 0.123Subject Sample 03:08

1.691Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.109Subject Sample 03:13

1.226Breath Volume 03:13

0.000Air Blank 03:13

0.081Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:3501/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:30

Palm Beach County SO

SENTMANAT,ADOLFO

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

FLORES ESCOBAR

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.203Subject Sample 22:13

2.433Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.201Subject Sample 22:16

1.785Breath Volume 22:16

0.000Air Blank 22:17

0.078Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 01/16/2026 16:20

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:2301/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:45

Palm Beach County SO

STROUD,ELIZABETH

09/05/2027

19825080A2

Palm Beach County SO

STEPHENS,TIA,L

ORNELAS TEIXEIRA

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

# 1 0.148Subject Sample 00:02 Volume Not Met

0.000Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.155Subject Sample 00:07

1.378Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 3 0.128Subject Sample 00:12 Volume Not Met

0.035Breath Volume 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:4701/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:11

Palm Beach County SO

ESCARAN,LESTER

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

RIMES

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:36

0.000Air Blank 20:37

0.080Control Test 20:37

0.000Air Blank 20:38

# 1Subject Sample 20:41 No Sample Provided

0.000Breath Volume 20:41

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.282Subject Sample 20:46 No .020 agreement

1.683Breath Volume 20:46

0.000Air Blank 20:46

0.000Air Blank 20:48

# 3 0.304Subject Sample 20:49 No .020 agreement

2.234Breath Volume 20:49

0.000Air Blank 20:49

0.079Control Test 20:50

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:0801/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:11

Palm Beach County SO

ESCARAN,LESTER

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

RIMES

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:53

0.000Air Blank 20:54

0.079Control Test 20:54

0.000Air Blank 20:54

# 1 0.301Subject Sample 20:55

2.714Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:57

# 2 0.303Subject Sample 20:58

2.632Breath Volume 20:58

0.000Air Blank 20:59

0.078Control Test 20:59

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:1401/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:05

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

O'NEAL,SHARI,L

RODRIGUEZ

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.079Control Test 22:52

0.000Air Blank 22:52

# 1 0.000Subject Sample 22:53

1.292Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.000Subject Sample 22:55

1.535Breath Volume 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:0501/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:55

Palm Beach County SO

WHITE,EDWARD

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

CERBONE

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.080Control Test 21:38

0.000Air Blank 21:39

# 1 0.238Subject Sample 21:41

3.242Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.230Subject Sample 21:45

2.621Breath Volume 21:45

0.000Air Blank 21:46

0.078Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2401/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:19

Palm Beach County SO

PROPHETE,STEVE

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

KENNEDY

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:27

# 1 0.193Subject Sample 03:28

3.062Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.189Subject Sample 03:31

2.554Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:0201/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

05:01

Palm Beach County SO

CASAZZA,KIETH

09/05/2027

19825080A2

Palm Beach County SO

MILLER,THOMASINA,E

LAGUERRE

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.080Control Test 05:50

0.000Air Blank 05:50

# 1 0.267Subject Sample 05:52

1.238Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:54

# 2 0.274Subject Sample 05:55

1.195Breath Volume 05:55

0.000Air Blank 05:56

0.079Control Test 05:56

0.000Air Blank 05:56

OKDiagnostics Check 05:57

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5101/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:20

Palm Beach County SO

SNELGROVE,DYLAN

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

MURCIA

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

# 1 0.053Subject Sample 02:28

2.300Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:30

# 2 0.055Subject Sample 02:31

1.609Breath Volume 02:31

0.000Air Blank 02:31

0.080Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:1001/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:44

Palm Beach County SO

NEWMAN,KOURTNEY

09/05/2027

19825080A2

Jupiter PD

LEAHEY,THOMAS,H

BAEHLER

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:45

0.080Control Test 18:46

0.000Air Blank 18:46

# 1 0.310Subject Sample 18:47

1.449Breath Volume 18:47

0.000Air Blank 18:48

0.000Air Blank 18:49

# 2 0.322Subject Sample 18:50

2.031Breath Volume 18:50

0.000Air Blank 18:51

0.079Control Test 18:51

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:5301/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:52

18:20

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

MINTZ

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:17

0.000Air Blank 19:17

0.079Control Test 19:18

0.000Air Blank 19:18

# 1 0.097Subject Sample 19:21 Volume Not Met

0.343Breath Volume 19:21

0.000Air Blank 19:22

0.000Air Blank 19:24

# 2 0.101Subject Sample 19:27 Volume Not Met

0.425Breath Volume 19:27

0.000Air Blank 19:27

0.079Control Test 19:28

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:5001/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

20:25

Palm Beach County SO

NUNEZ,BRENDA

09/05/2027

19825080A2

Palm Beach PD

LEAHEY,THOMAS,H

RODRIGUEZ RUIS

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.080Control Test 21:20

0.000Air Blank 21:20

# 1 0.253Subject Sample 21:21

2.363Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:23

# 2 0.253Subject Sample 21:24

3.207Breath Volume 21:24

0.000Air Blank 21:24

0.078Control Test 21:25

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5401/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:44

Palm Beach County SO

SHEYN,GENE

09/05/2027

19825080A2

Palm Beach County SO

STEPHENS,TIA,L

MARSEILLE

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:36

# 1 0.235Subject Sample 00:39

1.660Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.258Subject Sample 00:43

2.007Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 3 0.236Subject Sample 00:47

1.773Breath Volume 00:47

0.000Air Blank 00:47

0.080Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:4701/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:47

Palm Beach County SO

FLINK,ANDREW

09/05/2027

19825080A2

Palm Beach Gardens

BELL,JOSHUA,J

HORTA CHALAS

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

# 1 0.130Subject Sample 02:50

1.761Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.126Subject Sample 02:55

1.765Breath Volume 02:55

0.000Air Blank 02:55

0.079Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:0101/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

19:00

Palm Beach County SO

SENTMANAT,ADOLFO

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

COLLIER

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:40

0.082Control Test 19:40

0.000Air Blank 19:41

# 1 0.000Subject Sample 19:41

3.156Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.000Subject Sample 19:44

3.015Breath Volume 19:44

0.000Air Blank 19:45

0.081Control Test 19:45

0.000Air Blank 19:45

OKDiagnostics Check 19:46

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:2501/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:15

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

JONES

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.081Control Test 21:07

0.000Air Blank 21:08

# 1 0.183Subject Sample 21:08

2.273Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.185Subject Sample 21:11

2.054Breath Volume 21:11

0.000Air Blank 21:12

0.080Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:0401/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:22

Palm Beach County SO

NOEL,KENNETH

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

TAGGART

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:14

# 1 0.210Subject Sample 22:15

2.382Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.203Subject Sample 22:18

2.214Breath Volume 22:18

0.000Air Blank 22:19

0.078Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:20

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:1801/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:04

Palm Beach County SO

ESCARAN,LESTER

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

ALLEN

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:55

# 1 0.228Subject Sample 22:56

1.238Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.242Subject Sample 22:59

1.285Breath Volume 22:59

0.000Air Blank 23:00

0.079Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:5901/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:00

Palm Beach County SO

MILORD,JHAMIL

09/05/2027

19825080A2

North Palm Beach

O'NEAL,SHARI,L

LOCOCO

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:23

# 1 0.198Subject Sample 03:23

2.117Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:25

# 2 0.191Subject Sample 03:26

2.089Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:07:0101/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

05:38

Palm Beach County SO

DEPEINE,KEN

09/05/2027

19825080A2

FHP Troop K

O'NEAL,SHARI,L

LIMAGE

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:53

0.000Air Blank 06:54

0.080Control Test 06:54

0.000Air Blank 06:54

# 1 0.106Subject Sample 06:58 Volume Not Met

0.542Breath Volume 06:58

0.000Air Blank 06:58

0.000Air Blank 07:00

# 2 0.121Subject Sample 07:01

1.316Breath Volume 07:01

0.000Air Blank 07:02

0.000Air Blank 07:04

# 3 0.120Subject Sample 07:05

1.613Breath Volume 07:05

0.000Air Blank 07:06

0.079Control Test 07:06

0.000Air Blank 07:06

OKDiagnostics Check 07:07

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:34:2901/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

12:21

Palm Beach County SO

RESTO,LUIS

09/05/2027

19825080A2

FHP Troop K

POUND,PARIS,D

TUCCI-CASELLI

12/12/2025

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:28

0.000Air Blank 14:28

0.080Control Test 14:29

0.000Air Blank 14:29

# 1 0.105Subject Sample 14:30

1.691Breath Volume 14:30

0.000Air Blank 14:30

0.000Air Blank 14:32

# 2 0.104Subject Sample 14:32

2.308Breath Volume 14:32

0.000Air Blank 14:33

0.079Control Test 14:33

0.000Air Blank 14:34

OKDiagnostics Check 14:34

Data Download Date/Time: 01/16/2026 16:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:3301/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:37

Bradenton PD

BONNET,GREGORY

08/13/2028

403419188

Bradenton PD

BONNET,GREGORY,

MAXWELL

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:22

# 1 0.160Subject Sample 03:23

1.636Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.158Subject Sample 03:26

1.535Breath Volume 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:5001/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:30

Palmetto PD

PRUNER,DANIELLE

08/13/2028

403419188

Palmetto PD

MORIARTY,QUINN,D

STEPHENSON

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.080Control Test 21:46

0.000Air Blank 21:46

# 1 0.133Subject Sample 21:47

3.894Breath Volume 21:47

0.000Air Blank 21:47

0.000Air Blank 21:49

# 2 0.128Subject Sample 21:50

2.582Breath Volume 21:50

0.000Air Blank 21:50

0.079Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:4401/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

12:25

FHP Troop F

OGDON,QUINLAN

08/13/2028

403419188

FHP Troop F

OGDON,QUINLAN,M

AMOS

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.080Control Test 01:36

0.000Air Blank 01:36

# 1 0.120Subject Sample 01:37

3.828Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 2 0.131Subject Sample 01:41

4.242Breath Volume 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:3501/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:38

Palmetto PD

LLAMES,MARTIN

08/13/2028

403419188

Palmetto PD

JOHNS,JUSTIN,A

DAVID MATEO

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.191Subject Sample 01:39

1.390Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.174Subject Sample 01:42

1.976Breath Volume 01:42

0.000Air Blank 01:43

0.077Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:17:4801/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

05:19

Palmetto PD

JOHNS,JUSTIN

08/13/2028

403419188

Palmetto PD

JOHNS,JUSTIN,A

LAVENDER

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:06

0.000Air Blank 07:06

0.078Control Test 07:06

0.000Air Blank 07:07

# 1 0.048Subject Sample 07:10 Volume Not Met

0.550Breath Volume 07:10

0.000Air Blank 07:11

0.000Air Blank 07:12

# 2 0.047Subject Sample 07:16 Volume Not Met

0.167Breath Volume 07:16

0.000Air Blank 07:16

0.078Control Test 07:17

0.000Air Blank 07:17

OKDiagnostics Check 07:17

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:38:3901/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

05:19

Palmetto PD

JOHNS,JUSTIN

08/13/2028

403419188

Palmetto PD

JOHNS,JUSTIN,A

LAVENDER

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:31

0.000Air Blank 07:32

0.078Control Test 07:32

0.000Air Blank 07:32

# 1 0.052Subject Sample 07:33

1.550Breath Volume 07:33

0.000Air Blank 07:34

0.000Air Blank 07:35

# 2Subject Sample 07:37 Subject Test Refused

0.792Breath Volume 07:37

0.000Air Blank 07:37

0.078Control Test 07:38

0.000Air Blank 07:38

OKDiagnostics Check 07:38

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:0501/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:46

Manatee County SO

MONTEMAGNO,CARLO

08/13/2028

403419188

Manatee County SO

MONTEMAGNO,CARLO,C

QUINTANILLA

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:59

# 1 0.000Subject Sample 19:59

1.902Breath Volume 19:59

0.000Air Blank 20:00

0.000Air Blank 20:02

# 2 0.000Subject Sample 20:02

1.304Breath Volume 20:02

0.000Air Blank 20:03

0.080Control Test 20:03

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:1601/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:20

Manatee County SO

PAULUS,CASEY

08/13/2028

403419188

Manatee County SO

PAULUS,CASEY,E

MELENDEZ

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:44

0.080Control Test 20:44

0.000Air Blank 20:45

# 1 0.000Subject Sample 20:46

2.242Breath Volume 20:46

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.000Subject Sample 20:49

2.007Breath Volume 20:49

0.000Air Blank 20:50

0.078Control Test 20:50

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:5601/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:03

FHP Troop F

LEDFORD,TAYLOR

08/13/2028

403419188

FHP Troop F

LEDFORD,TAYLOR,M

ADERMAN

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

# 1 0.134Subject Sample 22:01

1.718Breath Volume 22:01

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.134Subject Sample 22:04

2.027Breath Volume 22:04

0.000Air Blank 22:05

0.078Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:4801/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:53

Bradenton PD

BONNET,GREGORY

08/13/2028

403419188

Bradenton PD

BONNET,GREGORY,

GARCIA AGUILAR

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

# 1 0.133Subject Sample 23:53

2.757Breath Volume 23:53

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.149Subject Sample 23:56

2.582Breath Volume 23:56

0.000Air Blank 23:56

0.078Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:2301/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:53

Bradenton PD

BONNET,GREGORY

08/13/2028

403419188

Bradenton PD

BONNET,GREGORY,

ISRAEL

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1 0.133Subject Sample 03:37

1.511Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.136Subject Sample 03:40

1.519Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:1901/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

04:31

Palmetto PD

JOHNS,JUSTIN

08/13/2028

403419188

Palmetto PD

JOHNS,JUSTIN,A

MARTIN-NAVARRO

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

# 1 0.110Subject Sample 05:09

3.125Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.108Subject Sample 05:12

3.636Breath Volume 05:12

0.000Air Blank 05:13

0.077Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:4601/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

20:24

FHP Troop F

OGDON,QUINLAN

08/13/2028

403419188

FHP Troop F

OGDON,QUINLAN,M

STREBEL

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.080Control Test 22:32

0.000Air Blank 22:33

# 1 0.213Subject Sample 22:34

2.632Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.211Subject Sample 22:37

2.855Breath Volume 22:37

0.000Air Blank 22:38

0.080Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:3501/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:43

Bradenton PD

BONNET,GREGORY

08/13/2028

403419188

Bradenton PD

BONNET,GREGORY,

SWAIN

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.188Subject Sample 03:43

1.390Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.216Subject Sample 03:47

1.382Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 3 0.212Subject Sample 03:50

1.289Breath Volume 03:50

0.000Air Blank 03:51

0.076Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0301/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

23:34

FHP Troop F

LEDFORD,TAYLOR

08/13/2028

403419188

FHP Troop F

LEDFORD,TAYLOR,M

CHASE

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

# 1 0.096Subject Sample 02:52

1.746Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.095Subject Sample 02:55

2.187Breath Volume 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:5301/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

04:17

FHP Troop F

OGDON,QUINLAN

08/13/2028

403419188

FHP Troop F

OGDON,QUINLAN,M

CORBETT

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:17

0.000Air Blank 05:17

# 1 0.196Subject Sample 05:18

2.371Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.209Subject Sample 05:21

2.574Breath Volume 05:21

0.000Air Blank 05:21

0.080Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:1301/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:24

15:27

FHP Troop F

GONZALEZ,JOEL

08/13/2028

403419188

FHP Troop F

GONZALEZ,JOEL,

AESCHLIMAN

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:45

0.000Air Blank 16:45

0.080Control Test 16:45

0.000Air Blank 16:46

# 1 0.000Subject Sample 16:46

2.191Breath Volume 16:46

0.000Air Blank 16:47

0.000Air Blank 16:49

# 2 0.000Subject Sample 16:49

2.539Breath Volume 16:49

0.000Air Blank 16:50

0.078Control Test 16:50

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 02/16/2026 13:53

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:0001/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

04:58

Bradenton PD

BONNET,GREGORY

08/13/2028

403419188

Bradenton PD

BONNET,GREGORY,

KRAMER URBINA

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:47

0.000Air Blank 05:48

0.080Control Test 05:48

0.000Air Blank 05:49

# 1 0.127Subject Sample 05:52 Volume Not Met

0.390Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:54

# 2 0.151Subject Sample 05:55

2.035Breath Volume 05:55

0.000Air Blank 05:56

0.000Air Blank 05:58

# 3 0.148Subject Sample 05:59

1.292Breath Volume 05:59

0.000Air Blank 06:00

0.077Control Test 06:00

0.000Air Blank 06:00

OKDiagnostics Check 06:01

Data Download Date/Time: 02/16/2026 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:5901/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:20

Manatee County SO

MONTEMAGNO,CARLO

08/13/2028

403419188

Manatee County SO

MONTEMAGNO,CARLO,C

SCOTT

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

# 1 0.175Subject Sample 22:47

1.601Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.167Subject Sample 22:51

1.781Breath Volume 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 02/16/2026 13:54

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:24:5801/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

04:49

Daytona Beach Shores

INGERMAN,GLENN

10/05/2027

23725080A1

Daytona Beach Shores

INGERMAN,GLENN,E

CEDENO

12/22/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:14

0.000Air Blank 06:14

0.080Control Test 06:15

0.000Air Blank 06:15

# 1 0.183Subject Sample 06:16

2.597Breath Volume 06:16

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2 0.146Subject Sample 06:19

1.964Breath Volume 06:19

0.000Air Blank 06:20

0.000Air Blank 06:21

# 3 0.173Subject Sample 06:23

3.046Breath Volume 06:23

0.000Air Blank 06:24

0.078Control Test 06:24

0.000Air Blank 06:24

OKDiagnostics Check 06:24

Data Download Date/Time: 01/27/2026 08:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:1201/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:32

Edgewater PD

SWEENEY,PARKER

10/05/2027

23725080A1

Edgewater PD

SWEENEY,PARKER,L

DEKEMA

12/22/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.079Control Test 03:24

0.000Air Blank 03:24

# 1 0.172Subject Sample 03:25

2.097Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.174Subject Sample 03:28

1.808Breath Volume 03:28

0.000Air Blank 03:29

0.077Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 01/27/2026 08:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3201/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:30

New Smyrna Beach PD

GUY,JOSHUA

10/05/2027

23725080A1

Edgewater PD

PHILLIPS,JAMES,E

KASALIWAL

12/22/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

# 1 0.211Subject Sample 01:28

1.785Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:30

# 2Subject Sample 01:31 Slope Not Met

2.117Breath Volume 01:31

0.000Air Blank 01:32

0.078Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/27/2026 08:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4101/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:30

New Smyrna Beach PD

GUY,JOSHUA

10/05/2027

23725080A1

Edgewater PD

PHILLIPS,JAMES,E

KASALIWAL

12/22/2025

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

# 1 0.209Subject Sample 01:39

1.859Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.211Subject Sample 01:43

2.019Breath Volume 01:43

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 01/27/2026 08:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:3201/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:57

Miami Beach PD

CREWS,CURTIS

10/12/2026

402872586

Miami Beach PD

CREWS,CURTIS,L

LOPEZ

12/11/2025

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.077Control Test 02:04

0.000Air Blank 02:05

# 1 0.178Subject Sample 02:08

1.101Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.174Subject Sample 02:11

1.265Breath Volume 02:11

0.000Air Blank 02:11

0.076Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 01/15/2026 13:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4101/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:23

OTHER Local

MONTERO,U

03/25/2027

403005538

OTHER Local

HALL,RASHAUN,K

RODRIGUEZ

12/31/2025

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.082Control Test 02:45

0.000Air Blank 02:46

# 1 0.188Subject Sample 02:46

1.398Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.184Subject Sample 02:50

2.140Breath Volume 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 02/02/2026 10:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:2601/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

19:24

OTHER Local

HALL,RASHAUN

03/25/2027

403005538

OTHER Local

HALL,RASHAUN,K

VILLALONA

12/31/2025

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.081Control Test 19:49

0.000Air Blank 19:49

# 1 0.294Subject Sample 19:50

1.566Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.298Subject Sample 19:53

1.882Breath Volume 19:53

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 02/02/2026 10:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:54:4701/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

14:40

OTHER Local

MCKINNEY,K

03/25/2027

403005538

OTHER Local

HALL,RASHAUN,K

ALMANZA

12/31/2025

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:46

0.000Air Blank 14:46

0.081Control Test 14:47

0.000Air Blank 14:47

# 1 0.221Subject Sample 14:50

3.246Breath Volume 14:50

0.000Air Blank 14:50

0.000Air Blank 14:52

# 2 0.211Subject Sample 14:53

1.644Breath Volume 14:53

0.000Air Blank 14:53

0.081Control Test 14:54

0.000Air Blank 14:54

OKDiagnostics Check 14:54

Data Download Date/Time: 02/02/2026 10:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:1201/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:11

OTHER Local

RODRIGUEZ,NICHOLAS

03/25/2027

403005538

OTHER Local

HALL,RASHAUN,K

LEVY

12/31/2025

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:14

# 1Subject Sample 23:17 No Sample Provided

0.000Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2Subject Sample 23:20 Subject Test Refused

0.000Breath Volume 23:20

0.000Air Blank 23:21

0.081Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 02/02/2026 10:38

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:0301/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:33

Tallahassee PD

ROY,GARY

12/05/2026

31124080A2

Tallahassee PD

ROY,GARY,A

POPE

12/17/2025

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.081Control Test 21:39

0.000Air Blank 21:40

# 1 0.248Subject Sample 21:41

2.796Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:43

# 2 0.246Subject Sample 21:44

1.898Breath Volume 21:44

0.000Air Blank 21:45

0.081Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:46

Data Download Date/Time: 01/21/2026 17:12

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:3101/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:45

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

WOOD

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.081Control Test 22:29

0.000Air Blank 22:29

# 1 0.053Subject Sample 22:30

3.519Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.059Subject Sample 22:33

3.117Breath Volume 22:33

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:3601/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:21

Hillsborough Co SO

ACEVEDO,J

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

GOODRICH

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:55

# 1 0.177Subject Sample 01:56

1.429Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.176Subject Sample 01:59

1.617Breath Volume 01:59

0.000Air Blank 02:00

0.080Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1401/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

21:43

Hillsborough Co SO

KRUG,Z

03/05/2027

04125080A6

Temple Terrace PD

GANT,TIFFANY,

BOGAN JR

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.079Control Test 23:06

0.000Air Blank 23:06

# 1 0.058Subject Sample 23:07

2.210Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.057Subject Sample 23:10

2.726Breath Volume 23:10

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:0201/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:40

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

SOROKEY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:33

# 1Subject Sample 00:37 No Sample Provided

0.000Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2Subject Sample 00:42 No Sample Provided

0.000Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:44

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:0801/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:04

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

LIVELY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.079Control Test 05:00

0.000Air Blank 05:01

# 1 0.123Subject Sample 05:01

2.800Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.122Subject Sample 05:04

3.164Breath Volume 05:04

0.000Air Blank 05:05

0.079Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:5601/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:55

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

KESSENICH

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.078Control Test 20:50

0.000Air Blank 20:50

# 1 0.285Subject Sample 20:51

1.941Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:53

# 2 0.285Subject Sample 20:54

1.984Breath Volume 20:54

0.000Air Blank 20:55

0.079Control Test 20:55

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:3701/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:07

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

BOGER

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:58

# 1 0.172Subject Sample 00:59

1.687Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.175Subject Sample 01:02

1.640Breath Volume 01:02

0.000Air Blank 01:02

0.079Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:3401/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:36

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

WALCOTT

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.079Control Test 02:14

0.000Air Blank 02:14

# 1 0.198Subject Sample 02:15

1.777Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.192Subject Sample 02:18

2.296Breath Volume 02:18

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3201/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:55

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

SALGADO MOTA

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.079Control Test 03:57

0.000Air Blank 03:57

# 1 0.229Subject Sample 03:58

2.195Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.246Subject Sample 04:00

1.960Breath Volume 04:00

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:3201/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:19

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

SANCHEZ WASHINGTON

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.079Control Test 04:49

0.000Air Blank 04:49

# 1 0.112Subject Sample 04:50

3.007Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.110Subject Sample 04:53

2.945Breath Volume 04:53

0.000Air Blank 04:53

0.078Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:4501/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:23

Hillsborough Co SO

ACEVADO,J

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

STARLING

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:13

# 1 0.154Subject Sample 05:15

1.574Breath Volume 05:15

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.148Subject Sample 05:18

1.449Breath Volume 05:18

0.000Air Blank 05:18

0.078Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:0301/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

05:03

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

DE LA TORRE

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.078Control Test 05:32

0.000Air Blank 05:32

# 1 0.135Subject Sample 05:33

1.402Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.146Subject Sample 05:36

2.867Breath Volume 05:36

0.000Air Blank 05:37

0.079Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:38

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:14:0301/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:42

07:15

Hillsborough Co SO

LAITINEN,H

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

FORTEAU

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:03

0.000Air Blank 08:03

0.078Control Test 08:04

0.000Air Blank 08:04

# 1 0.136Subject Sample 08:06

1.519Breath Volume 08:06

0.000Air Blank 08:07

0.000Air Blank 08:09

# 2 0.136Subject Sample 08:12

1.421Breath Volume 08:12

0.000Air Blank 08:13

0.078Control Test 08:13

0.000Air Blank 08:13

OKDiagnostics Check 08:14

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:1101/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:34

16:48

Hillsborough Co SO

AQUINO,G

03/05/2027

04125080A6

Hillsborough Co SO

DAVIS,SERENA,J

CALDERON

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.079Control Test 17:55

0.000Air Blank 17:55

# 1 0.198Subject Sample 17:56

2.488Breath Volume 17:56

0.000Air Blank 17:56

0.000Air Blank 17:58

# 2 0.200Subject Sample 17:59

2.460Breath Volume 17:59

0.000Air Blank 18:00

0.078Control Test 18:00

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3001/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

00:23

00:05

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

MANZANILLO URENA

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.078Control Test 00:44

0.000Air Blank 00:45

# 1 0.050Subject Sample 00:46

3.847Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.047Subject Sample 00:49

3.851Breath Volume 00:49

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:5101/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:15

Hillsborough Co SO

ALVA ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

ALVAREZ

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:08

# 1 0.122Subject Sample 02:09

1.410Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:11

# 2 0.123Subject Sample 02:12

1.230Breath Volume 02:12

0.000Air Blank 02:12

0.078Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 02/12/2026 12:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:2101/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:37

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

VALLEJO

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.078Control Test 02:24

0.000Air Blank 02:25

# 1 0.145Subject Sample 02:25

2.730Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.146Subject Sample 02:28

2.269Breath Volume 02:28

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5501/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:43

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

HARRIS

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.078Control Test 04:25

0.000Air Blank 04:25

# 1Subject Sample 04:28 No Sample Provided

0.000Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2Subject Sample 04:34 No Sample Provided

0.000Breath Volume 04:34

0.000Air Blank 04:35

0.078Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:2001/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:57

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

POLICE

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.078Control Test 05:41

0.000Air Blank 05:41

# 1 0.272Subject Sample 05:43

1.234Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.281Subject Sample 05:46

1.187Breath Volume 05:46

0.000Air Blank 05:47

0.076Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:17:3601/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:46

12:02

Hillsborough Co SO

LAITINEN,H

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

AUNGIER

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:07

0.000Air Blank 13:08

0.078Control Test 13:08

0.000Air Blank 13:09

# 1 0.000Subject Sample 13:11

1.406Breath Volume 13:11

0.000Air Blank 13:12

0.000Air Blank 13:14

# 2 0.000Subject Sample 13:16

1.250Breath Volume 13:16

0.000Air Blank 13:16

0.078Control Test 13:17

0.000Air Blank 13:17

OKDiagnostics Check 13:17

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:3501/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:03

Hillsborough Co SO

COBB,ANDREW

03/05/2027

04125080A6

FHP Troop C

YUMAN ROMERO,ANGIE,A

YERKEY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.078Control Test 21:00

0.000Air Blank 21:01

# 1 0.172Subject Sample 21:02

1.371Breath Volume 21:02

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.176Subject Sample 21:05

1.554Breath Volume 21:05

0.000Air Blank 21:05

0.077Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:0701/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:10

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

CHOC

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:18

# 1 0.249Subject Sample 22:20

2.824Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.241Subject Sample 22:23

3.386Breath Volume 22:23

0.000Air Blank 22:24

0.077Control Test 22:24

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5501/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:54

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

COLEMAN

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.078Control Test 02:46

0.000Air Blank 02:47

# 1 0.062Subject Sample 02:48

1.863Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.062Subject Sample 02:51

1.730Breath Volume 02:51

0.000Air Blank 02:52

0.077Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:0401/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:28

Hillsborough Co SO

PIERRE,C

03/05/2027

04125080A6

Plant City PD

JONES,MINDY,L

RODRIGUEZ DE LA ROSA

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.078Control Test 04:24

0.000Air Blank 04:24

# 1 0.220Subject Sample 04:25

1.687Breath Volume 04:25

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.233Subject Sample 04:28

2.507Breath Volume 04:28

0.000Air Blank 04:29

0.077Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:30

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:3001/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

18:31

Hillsborough Co SO

CARRASCO,A

03/05/2027

04125080A6

FHP Troop C

YUMAN ROMERO,ANGIE,A

TRAMEL

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.079Control Test 20:09

0.000Air Blank 20:09

# 1 0.263Subject Sample 20:10

1.796Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.263Subject Sample 20:13

1.980Breath Volume 20:13

0.000Air Blank 20:14

0.078Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5501/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:03

Hillsborough Co SO

EHRHART,R

03/05/2027

04125080A6

FHP Troop C

JONES,MINDY,L

WASHINGTON

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

# 1 0.193Subject Sample 02:19

1.335Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:21

# 2 0.203Subject Sample 02:22

2.777Breath Volume 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:3201/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:33

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

NIANG

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:20

# 1 0.044Subject Sample 03:21

2.613Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.044Subject Sample 03:24

3.445Breath Volume 03:24

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:0701/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

19:26

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

CASSIDY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:47

0.000Air Blank 19:47

0.080Control Test 19:48

0.000Air Blank 19:48

# 1 0.287Subject Sample 19:49

3.171Breath Volume 19:49

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.276Subject Sample 19:52

3.039Breath Volume 19:52

0.000Air Blank 19:53

0.081Control Test 19:53

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0601/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:33

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

SALINAS-VEGAS

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.081Control Test 00:33

0.000Air Blank 00:33

# 1 0.036Subject Sample 00:34

2.296Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.032Subject Sample 00:37

1.546Breath Volume 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:2201/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:48

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

SATH

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:40

# 1 0.138Subject Sample 03:40

1.421Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.133Subject Sample 03:43

1.464Breath Volume 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2401/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:01

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

STAFFORD

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1 0.203Subject Sample 03:53

2.000Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.211Subject Sample 03:56

2.644Breath Volume 03:56

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:4901/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:28

Hillsborough Co SO

MOROZOV,A

03/05/2027

04125080A6

Hillsborough Co SO

DAVIS,SERENA,J

MARTINEZ MELENDEZ

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:21

0.081Control Test 18:21

0.000Air Blank 18:22

# 1 0.202Subject Sample 18:23

1.449Breath Volume 18:23

0.000Air Blank 18:23

0.000Air Blank 18:25

# 2 0.191Subject Sample 18:26

1.539Breath Volume 18:26

0.000Air Blank 18:26

0.081Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:2001/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:10

Hillsborough Co SO

KRUG,Z

03/05/2027

04125080A6

Temple Terrace PD

JONES,MINDY,L

BUNKLEY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 00:00

# 1 0.135Subject Sample 00:00

1.906Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.137Subject Sample 00:03

2.542Breath Volume 00:03

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2901/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:44

Hillsborough Co SO

HERNANDEZ,S

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

TURNER

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

# 1 0.086Subject Sample 03:20

1.125Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.081Subject Sample 03:23

1.269Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0001/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

20:00

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

LILY JR

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:39

# 1 0.028Subject Sample 20:40

2.218Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.029Subject Sample 20:43

2.328Breath Volume 20:43

0.000Air Blank 20:44

0.080Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:45

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:4201/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:16

Hillsborough Co SO

EHRHART,R

03/05/2027

04125080A6

FHP Troop C

MARRERO,PRISCILLA,

WATERS

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

# 1 0.180Subject Sample 01:02

1.757Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.183Subject Sample 01:05

2.390Breath Volume 01:05

0.000Air Blank 01:05

0.080Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4501/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:26

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

WILKINS III

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1 0.153Subject Sample 01:18

2.261Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.154Subject Sample 01:21

1.730Breath Volume 01:21

0.000Air Blank 01:21

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:3001/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:49

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

DURAI

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:05 Subject Test Refused

0.000Breath Volume 02:05

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 02/12/2026 12:55

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:1601/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

04:10

Hillsborough Co SO

RAY,K

03/05/2027

04125080A6

FHP Troop C

YUMAN ROMERO,ANGIE,A

MARTE

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:28

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:30

# 1 0.184Subject Sample 05:31

2.640Breath Volume 05:31

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.180Subject Sample 05:34

3.125Breath Volume 05:34

0.000Air Blank 05:35

0.079Control Test 05:35

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 02/12/2026 12:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:4001/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:39

18:48

Hillsborough Co SO

BELMONTE,M

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

LEVY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.081Control Test 20:00

0.000Air Blank 20:00

# 1 0.159Subject Sample 20:02

2.144Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.129Subject Sample 20:08 Volume Not Met

0.988Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 3 0.161Subject Sample 20:13

3.089Breath Volume 20:13

0.000Air Blank 20:13

0.078Control Test 20:14

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 02/12/2026 12:56

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:40:3101/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:56

07:13

FHP Troop D

RICKERSON,KENTON

10/12/2026

402872586

FHP Troop D

SAMPSON,DAVID,A

BENNETT

12/30/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:33

0.000Air Blank 08:34

0.081Control Test 08:34

0.000Air Blank 08:35

# 1 0.000Subject Sample 08:36

1.507Breath Volume 08:36

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2 0.000Subject Sample 08:39

3.531Breath Volume 08:39

0.000Air Blank 08:39

0.083Control Test 08:39

0.000Air Blank 08:40

OKDiagnostics Check 08:40

Data Download Date/Time: 01/23/2026 10:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1201/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

00:30

FHP Troop D

SILVER,ISAIAH

10/12/2026

402872586

FHP Troop D

SILVER,ISAIAH,

HURT

12/30/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.103Subject Sample 02:33

1.222Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.121Subject Sample 02:36

2.148Breath Volume 02:36

0.000Air Blank 02:37

0.082Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 01/23/2026 10:49

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:5701/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

22:55

FHP Troop A

BABEL,N

03/06/2027

402987895

FHP Troop A

VAN PELT,COLTEN,C

MCINTYRE

12/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.033Subject Sample 00:08

3.753Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.033Subject Sample 00:11

4.199Breath Volume 00:11

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 01/14/2026 12:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:0801/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

19:01

Escambia County SO

COOLEY,FAITH

03/06/2027

402987895

Escambia County SO

NORRE,ADAM,J

CLARK

12/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.080Control Test 19:54

0.000Air Blank 19:54

# 1 0.000Subject Sample 19:56

2.308Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.000Subject Sample 19:59

2.023Breath Volume 19:59

0.000Air Blank 20:00

0.079Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 01/14/2026 12:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:3701/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:32

FHP Troop A

BABEL,NICHOLAS

03/06/2027

402987895

FHP Troop A

BABEL,NICHOLAS,S

HARDY

12/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:58

0.000Air Blank 19:59

0.080Control Test 19:59

0.000Air Blank 20:00

# 1 0.183Subject Sample 20:03 Volume Not Met

0.101Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:05

# 2Subject Sample 20:06 Sequence Aborted

0.000Breath Volume 20:06

0.000Air Blank 20:06

Data Download Date/Time: 01/14/2026 12:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:1601/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:02

FHP Troop A

FORCE,TAYLOR

03/06/2027

402987895

FHP Troop A

FORCE,TAYLOR,B

LENDERMON

12/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.078Control Test 01:45

0.000Air Blank 01:46

# 1 0.131Subject Sample 01:46

1.765Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.135Subject Sample 01:49

1.867Breath Volume 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 01/14/2026 12:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:0001/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:02

FHP Troop A

BABEL,NICHOLAS

03/06/2027

402987895

FHP Troop A

BABEL,NICHOLAS,S

BRANDENBURG

12/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:41

0.078Control Test 19:42

0.000Air Blank 19:42

# 1 0.137Subject Sample 19:43

1.855Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.132Subject Sample 19:46

1.371Breath Volume 19:46

0.000Air Blank 19:47

0.078Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:48

Data Download Date/Time: 01/14/2026 12:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:0601/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:55

FHP Troop A

BABEL,N

03/06/2027

402987895

FHP Troop A

VAN PELT,COLTEN,C

GOMEZ RUIZ

12/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:37

# 1 0.271Subject Sample 22:37

2.683Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.256Subject Sample 22:40

1.277Breath Volume 22:40

0.000Air Blank 22:41

0.078Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 01/14/2026 12:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:1201/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:57

FHP Troop A

FORCE,TAYLOR

03/06/2027

402987895

FHP Troop A

VAN PELT,COLTEN,C

SMITH JR

12/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:37

# 1 0.222Subject Sample 04:38

2.593Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.221Subject Sample 04:41

2.191Breath Volume 04:41

0.000Air Blank 04:42

0.074Control Test 04:42 Control Outside Tolerance

0.000Air Blank 04:43

Data Download Date/Time: 01/14/2026 12:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:5301/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:23

FHP Troop A

PLEASANTS,STEVEN

03/06/2027

402987895

FHP Troop A

PLEASANTS,STEVEN',M

SCHEXNAYDER

12/23/2025

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.080Control Test 03:05

0.000Air Blank 03:05

# 1 0.130Subject Sample 03:06

3.242Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:08

# 2 0.127Subject Sample 03:09

3.609Breath Volume 03:09

0.000Air Blank 03:09

0.080Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 01/14/2026 12:21

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2101/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:17

Osceola County SO

HELLER,MICHAEL

11/26/2027

403207507

Osceola County SO

HELLER,MICHAEL,J

ELDRIDGE

12/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1 0.147Subject Sample 04:09

1.820Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.141Subject Sample 04:12

1.375Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/02/2026 12:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:0101/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:24

04:48

Osceola County SO

MCCARLEY,CHRIS

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

ZANON-NARCELLI

12/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.080Control Test 05:48

0.000Air Blank 05:49

# 1 0.086Subject Sample 05:52 Volume Not Met

0.035Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.093Subject Sample 05:56

1.660Breath Volume 05:56

0.000Air Blank 05:56

0.000Air Blank 05:58

# 3Subject Sample 06:01 Sequence Aborted

0.226Breath Volume 06:01

0.000Air Blank 06:02

Data Download Date/Time: 01/02/2026 12:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:30:1801/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:24

04:48

Osceola County SO

MCCARLEY,CHRIS

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

ZANON-MARCELLI

12/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:18

0.000Air Blank 06:19

0.080Control Test 06:19

0.000Air Blank 06:20

# 1 0.084Subject Sample 06:23 Volume Not Met

0.570Breath Volume 06:23

0.000Air Blank 06:23

0.000Air Blank 06:25

# 2 0.084Subject Sample 06:28 Volume Not Met

0.277Breath Volume 06:28

0.000Air Blank 06:29

0.078Control Test 06:29

0.000Air Blank 06:30

OKDiagnostics Check 06:30

Data Download Date/Time: 01/02/2026 12:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:39:2201/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

09:06

Kissimmee PD

ELDER,MICHEAL

11/26/2027

403207507

Kissimmee PD

ELDER,MICHEAL,A

RUBIANO LONDONO

12/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:37

0.000Air Blank 10:37

0.081Control Test 10:38

0.000Air Blank 10:38

10:38 Improper Sample

0.000Air Blank 10:39

Data Download Date/Time: 01/02/2026 12:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:44:3501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

09:06

Kissimmee PD

ELDER,MICHEAL

11/26/2027

403207507

Kissimmee PD

ELDER,MICHEAL,A

RUBIANO LONDONO

12/24/2025

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:43

0.000Air Blank 10:43

10:43 Improper Sample

0.000Air Blank 10:44

Data Download Date/Time: 01/02/2026 12:34

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:3801/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:03

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

CARABALLO-RIVERA

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

# 1 0.078Subject Sample 03:54

1.527Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.074Subject Sample 03:58

1.472Breath Volume 03:58

0.000Air Blank 03:58

0.078Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:5201/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

20:58

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

SINGH

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.080Control Test 22:28

0.000Air Blank 22:28

# 1 0.155Subject Sample 22:31 Volume Not Met

1.046Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.166Subject Sample 22:34

1.402Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 3 0.162Subject Sample 22:38

1.335Breath Volume 22:38

0.000Air Blank 22:38

0.079Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:4101/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:29

18:25

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

MARTINEZ

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.078Control Test 18:53

0.000Air Blank 18:53

# 1 0.234Subject Sample 18:55

1.507Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.234Subject Sample 19:00

2.652Breath Volume 19:00

0.000Air Blank 19:00

0.075Control Test 19:01

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0901/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:39

Osceola County SO

MOHAMED,M

11/26/2027

403207507

Osceola County SO

RIVERA JR,WALDEMAR,

RIVERA JR

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.079Control Test 00:37

0.000Air Blank 00:37

# 1 0.000Subject Sample 00:38

3.734Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.000Subject Sample 00:41

3.839Breath Volume 00:41

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:0801/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:27

17:46

Osceola County SO

HOWARD,WILLIAM

11/26/2027

403207507

Osceola County SO

HOWARD,WILLIAM,

LYONS

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:47

0.000Air Blank 18:48

0.079Control Test 18:48

0.000Air Blank 18:49

# 1Subject Sample 18:49 Subject Test Refused

0.000Breath Volume 18:49

0.000Air Blank 18:50

0.079Control Test 18:50

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:4701/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:06

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

BAILEY

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:16

0.079Control Test 21:16

0.000Air Blank 21:17

# 1 0.229Subject Sample 21:17

1.632Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:19

# 2 0.218Subject Sample 21:20

1.769Breath Volume 21:20

0.000Air Blank 21:21

0.077Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3901/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:38

Osceola County SO

HOWARD,WILLIAM

11/26/2027

403207507

Osceola County SO

HOWARD,WILLIAM,

VEGA CRUZ

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1 0.140Subject Sample 03:20

1.265Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.140Subject Sample 03:23

1.277Breath Volume 03:23

0.000Air Blank 03:23

0.079Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:1801/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:51

15:23

Osceola County SO

COUCH,DILLON

11/26/2027

403207507

St. Cloud PD

AULTMAN,SHAWN,A

HENRY

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:15

0.000Air Blank 17:15

0.079Control Test 17:15

0.000Air Blank 17:16

# 1 0.106Subject Sample 17:16

2.695Breath Volume 17:16

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.102Subject Sample 17:19

1.980Breath Volume 17:19

0.000Air Blank 17:20

0.079Control Test 17:20

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2001/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:46

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

DITCHFEILD-AGBOH

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

# 1 0.007Subject Sample 23:50

2.437Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.000Subject Sample 23:53

1.773Breath Volume 23:53

0.000Air Blank 23:54

0.077Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 02/13/2026 11:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:5801/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:25

Osceola County SO

SMITH,T

11/26/2027

403207507

Kissimmee PD

AULTMAN,SHAWN,A

DELEON LUGO

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

# 1 0.201Subject Sample 00:35

2.210Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.205Subject Sample 00:38

1.304Breath Volume 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:0501/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:24

Osceola County SO

ALVAREZ,GUMERSINDO

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

HERNANDEZ-QUINONES

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:44

0.079Control Test 05:44

0.000Air Blank 05:44

# 1 0.171Subject Sample 05:45

1.117Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.158Subject Sample 05:50

1.109Breath Volume 05:50

0.000Air Blank 05:51

0.079Control Test 05:51

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1601/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:15

Osceola County SO

RAMOS,STEVEN

11/26/2027

403207507

Kissimmee PD

ROMERO-PEREZ,MICHAEL,

CRUZ

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.209Subject Sample 02:02

1.914Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.210Subject Sample 02:05

1.843Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3601/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:25

Osceola County SO

RESTO-SALGADO,BERNARDO

11/26/2027

403207507

Kissimmee PD

LOPEZ,DERICK,J

CAMPO-VACA

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1 0.037Subject Sample 02:10

1.375Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.037Subject Sample 02:13

1.566Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2001/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:18

Osceola County SO

CHAPMAN,COURTNEY

11/26/2027

403207507

Kissimmee PD

LOPEZ,DERICK,J

FELICIANO

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.080Control Test 03:23

0.000Air Blank 03:23

# 1 0.187Subject Sample 03:24

1.617Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.178Subject Sample 03:27

1.714Breath Volume 03:27

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:2101/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:27

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

ALADETOYINBO

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

# 1 0.097Subject Sample 04:24

1.992Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.084Subject Sample 04:29 Volume Not Met

0.554Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 3 0.083Subject Sample 04:35 Volume Not Met

0.648Breath Volume 04:35

0.000Air Blank 04:36

0.075Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:2301/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:27

Osceola County SO

MCCARLEY,C

11/26/2027

403207507

Osceola County SO

MCCARLEY,C,

ALADETOYINBO

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.074Control Test 04:41 Control Outside Tolerance

0.000Air Blank 04:42

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0901/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:54

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

GUTIERREZ-CASTRO

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:52 Sequence Aborted

0.000Breath Volume 03:52

0.000Air Blank 03:53

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:0301/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:25

Osceola County SO

RIVERA-DEJESUS,GIOVANY

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

OLMEDA-RODRIGUEZ

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

# 1 0.169Subject Sample 04:23

1.718Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.158Subject Sample 04:26

1.386Breath Volume 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:28

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:4401/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:01

Osceola County SO

BILLITTIER,JOSEPH

11/26/2027

403207507

Osceola County SO

ARCOS MENDEZ,DOMINGO,

ARCOS MENDEZ

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:52 No Sample Provided

0.000Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:53

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4801/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:01

Osceola County SO

BILLITTIER,JOSEPH

11/26/2027

403207507

Osceola County SO

ARCOS MENDEZ,DOMINGO,

ARCO MENDEZ

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1 0.087Subject Sample 02:59

2.894Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.088Subject Sample 03:02

3.226Breath Volume 03:02

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:43:0001/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

05:25

Osceola County SO

MCDONALD,A

11/26/2027

403207507

Osceola County SO

PRINCE,JUWAYNE,K

PRINCE

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:35

0.000Air Blank 06:36

0.079Control Test 06:36

0.000Air Blank 06:37

# 1 0.123Subject Sample 06:38

1.421Breath Volume 06:38

0.000Air Blank 06:38

0.000Air Blank 06:40

# 2 0.115Subject Sample 06:41

1.328Breath Volume 06:41

0.000Air Blank 06:42

0.080Control Test 06:42

0.000Air Blank 06:42

OKDiagnostics Check 06:43

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:1701/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:10

Osceola County SO

QUIJANO,S

11/26/2027

403207507

Osceola County SO

SOLLICH,MARK,R

SOLLICH

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.081Control Test 23:47

0.000Air Blank 23:47

# 1 0.208Subject Sample 23:48

1.796Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.217Subject Sample 23:51

1.183Breath Volume 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 02/13/2026 11:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:5401/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:34

Lakeland PD

RIGGALL,NICHOLAS

09/05/2027

19825080A1

Lakeland PD

RIGGALL,NICHOLAS,S

DODARD

12/17/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:04

0.080Control Test 05:05

0.000Air Blank 05:05

# 1 0.105Subject Sample 05:08 Volume Not Met

0.496Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.106Subject Sample 05:14 Volume Not Met

0.722Breath Volume 05:14

0.000Air Blank 05:14

0.080Control Test 05:15

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 01/28/2026 14:40

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0101/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:05

Lakeland PD

RIGGALL,NICHOLAS

09/05/2027

19825080A1

Lakeland PD

RIGGALL,NICHOLAS,S

LORENTE LOPEZ

12/17/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1 0.081Subject Sample 02:34

1.292Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.084Subject Sample 02:37

2.843Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:39

Data Download Date/Time: 01/28/2026 14:41

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3501/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

02:00

Lakeland PD

RIGGALL,NICHOLAS

09/05/2027

19825080A1

Lakeland PD

RIGGALL,NICHOLAS,S

RIBON CARRILLO

12/17/2025

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:27

# 1 0.012Subject Sample 02:27

2.875Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.013Subject Sample 02:31

1.355Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 01/28/2026 14:41

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:3801/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:18

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

DALE

12/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.079Control Test 04:36

0.000Air Blank 04:36

# 1 0.106Subject Sample 04:37

3.515Breath Volume 04:37

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.107Subject Sample 04:40

3.398Breath Volume 04:40

0.000Air Blank 04:40

0.080Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 01/31/2026 18:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:12:3601/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:49

06:49

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

BELLAMY

12/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:08

0.000Air Blank 08:09

0.080Control Test 08:09

0.000Air Blank 08:10

# 1Subject Sample 08:11 Subject Test Refused

0.000Breath Volume 08:11

0.000Air Blank 08:11

0.079Control Test 08:12

0.000Air Blank 08:12

OKDiagnostics Check 08:12

Data Download Date/Time: 01/31/2026 18:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:05:2001/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:39

11:43

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

SWANK

12/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:59

0.000Air Blank 12:59

0.080Control Test 13:00

0.000Air Blank 13:00

# 1 0.000Subject Sample 13:01

2.621Breath Volume 13:01

0.000Air Blank 13:01

0.000Air Blank 13:03

# 2 0.000Subject Sample 13:03

2.453Breath Volume 13:03

0.000Air Blank 13:04

0.080Control Test 13:04

0.000Air Blank 13:05

OKDiagnostics Check 13:05

Data Download Date/Time: 01/31/2026 18:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:1801/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:35

Ft. Walton Beach PD

MCELHENY,MICHAEL

07/05/2027

250284

Ft. Walton Beach PD

ORDOQUI,DANIEL,G

SANTOS

12/31/2025

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:41

# 1 0.200Subject Sample 04:42

2.730Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.199Subject Sample 04:45

3.425Breath Volume 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 01/31/2026 18:22

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:4701/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:33

Hurlburt Field PD

RINEHART,ETHAN

07/05/2027

250284

Hurlburt Field PD

GROOM,KILLIAN,R

LEEBOY

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.082Control Test 22:32

0.000Air Blank 22:32

# 1Subject Sample 22:34 Sequence Aborted

0.234Breath Volume 22:34

0.000Air Blank 22:34

Data Download Date/Time: 02/28/2026 19:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:5201/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:33

Hurlburt Field PD

RINEHART,ETHAN

07/05/2027

250284

Hurlburt Field PD

GROOM,KILLIAN,R

LEEBOY

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

# 1 0.318Subject Sample 22:38

2.585Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.322Subject Sample 22:42

2.531Breath Volume 22:42

0.000Air Blank 22:42

0.078Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 02/28/2026 19:35

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3301/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:54

Gulf Breeze PD

SELLERS,DONALD

08/30/2027

403135737

Gulf Breeze PD

SELLERS,DONALD,R

STEWART

12/30/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

# 1 0.146Subject Sample 00:30

1.476Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:32

# 2 0.140Subject Sample 00:36 Volume Not Met

0.742Breath Volume 00:36

0.000Air Blank 00:36

0.000Air Blank 00:38

# 3 0.160Subject Sample 00:40

1.746Breath Volume 00:40

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 02/05/2026 15:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:2501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:16

16:02

Gulf Breeze PD

ALEXANDER,RICHARD

08/30/2027

403135737

Gulf Breeze PD

ALE4XANDER,RICHARD,D

AGUILAR

12/30/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:39

0.000Air Blank 16:40

0.081Control Test 16:40

0.000Air Blank 16:41

# 1 0.136Subject Sample 16:41

2.632Breath Volume 16:41

0.000Air Blank 16:42

0.000Air Blank 16:44

# 2 0.128Subject Sample 16:44

2.546Breath Volume 16:44

0.000Air Blank 16:45

0.080Control Test 16:45

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 02/05/2026 15:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:5801/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:35

Gulf Breeze PD

OLSON,NICHOLAS

08/30/2027

403135737

Gulf Breeze PD

OLSON,NICHOLAS,M

SMITH

12/30/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:15

# 1 0.178Subject Sample 01:17

1.664Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.174Subject Sample 01:21

1.699Breath Volume 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 02/05/2026 15:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:4701/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

18:31

Gulf Breeze PD

BANKS,SEAN

08/30/2027

403135737

Gulf Breeze PD

BANKS,SEAN,C

APARICIO-PEREZ

12/30/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.082Control Test 18:53

0.000Air Blank 18:53

# 1 0.194Subject Sample 18:54

2.007Breath Volume 18:54

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.197Subject Sample 18:57

2.179Breath Volume 18:57

0.000Air Blank 18:57

0.080Control Test 18:58

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 02/05/2026 15:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:3101/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:58

Gulf Breeze PD

KNOTT,MIRANDA

08/30/2027

403135737

Gulf Breeze PD

BANKS,SEAN,C

GODWIN

12/30/2025

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.080Control Test 00:37

0.000Air Blank 00:37

# 1 0.079Subject Sample 00:38

2.171Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.089Subject Sample 00:40

2.585Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 02/05/2026 15:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:09

Crestview PD

SPRY,NICHOLAS

05/09/2028

403342588

Crestview PD

SPRY,NICHOLAS,A

HOLDEN

12/25/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.083Control Test 02:40

0.000Air Blank 02:40

# 1Subject Sample 02:43 No Sample Provided

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.153Subject Sample 02:49 Volume Not Met

0.167Breath Volume 02:49

0.000Air Blank 02:50

0.083Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 01/31/2026 16:09

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5601/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:09

Crestview PD

SPRY,NICHOLAS

05/09/2028

403342588

Crestview PD

SPRY,NICHOLAS,A

HOLDEN

12/25/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.082Control Test 02:55

0.000Air Blank 02:55

# 1 0.150Subject Sample 02:58 Volume Not Met

0.433Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:02

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 01/31/2026 16:09

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:4801/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:26

Crestview PD

GREENE,JOSHUA

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

IBAUGH

12/25/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.083Control Test 03:54

0.000Air Blank 03:54

# 1 0.000Subject Sample 03:55

3.503Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.000Subject Sample 03:58

3.597Breath Volume 03:58

0.000Air Blank 03:58

0.082Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 01/31/2026 16:09

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1401/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:26

Crestview PD

GREENE,JOSHUA

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

IBAUGH

12/25/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.083Control Test 04:27

0.000Air Blank 04:28

# 1 0.000Subject Sample 04:28

2.859Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.000Subject Sample 04:31

2.003Breath Volume 04:31

0.000Air Blank 04:32

0.083Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 01/31/2026 16:09

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:12:5501/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:32

Crestview PD

GREENE,JOSHUA

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

RAMSEY

12/25/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:10

0.000Air Blank 09:10

0.082Control Test 09:10

0.000Air Blank 09:11

# 1Subject Sample 09:11 Subject Test Refused

0.000Breath Volume 09:11

0.000Air Blank 09:12

0.082Control Test 09:12

0.000Air Blank 09:12

OKDiagnostics Check 09:12

Data Download Date/Time: 01/31/2026 16:09

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5101/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:32

Crestview PD

NORTON,JONATHAN

05/09/2028

403342588

Crestview PD

NORTON,JONATHAN,T

BRANNON

12/25/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.082Control Test 04:21

0.000Air Blank 04:22

# 1 0.212Subject Sample 04:25 Volume Not Met

0.058Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 2 0.207Subject Sample 04:28 No .020 agreement

2.277Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 3 0.181Subject Sample 04:34 No .020 agreement

1.812Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 01/31/2026 16:09

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:2201/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:33

16:55

Crestview PD

SPRY,NICHOLAS

05/09/2028

403342588

Crestview PD

SPRY,NICHOLAS,A

LOPEZ

12/25/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.083Control Test 17:54

0.000Air Blank 17:55

# 1Subject Sample 17:58 No Sample Provided

0.000Breath Volume 17:58

0.000Air Blank 17:58

0.000Air Blank 18:00

# 2Subject Sample 18:04 No Sample Provided

0.000Breath Volume 18:04

0.000Air Blank 18:04

0.082Control Test 18:04

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 01/31/2026 16:09

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:4901/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:33

16:55

Crestview PD

SPRY,NICHOLAS

05/09/2028

403342588

Crestview PD

SPRY,NICHOLAS,A

LOPEZ

12/25/2025

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:07

0.000Air Blank 18:08

0.082Control Test 18:08

0.000Air Blank 18:09

# 1Subject Sample 18:10 Subject Test Refused

0.000Breath Volume 18:10

0.000Air Blank 18:10

0.082Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 01/31/2026 16:09

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5701/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:04

Crestview PD

GREENE,JOSHUA

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

SCHMIDT

01/28/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.082Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:32

0.087Control Test 01:32 Control Outside Tolerance

0.000Air Blank 01:32

Data Download Date/Time: 01/31/2026 16:10

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:5501/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:55

Crestview PD

GREENE,JOSHUA

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

MIDGETT

01/28/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:34

0.000Air Blank 20:35

0.084Control Test 20:35

0.000Air Blank 20:36

# 1 0.138Subject Sample 20:37

1.457Breath Volume 20:37

0.000Air Blank 20:38

0.000Air Blank 20:39

# 2 0.149Subject Sample 20:42

1.531Breath Volume 20:42

Air Blank 20:43 Purge Fail

0.000Air Blank 20:43

Data Download Date/Time: 03/02/2026 14:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:1701/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

19:55

Crestview PD

GREENE,JOSHUA

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

MIDGETT

01/28/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.072Control Test 21:17 Control Outside Tolerance

0.000Air Blank 21:18

Data Download Date/Time: 03/02/2026 14:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:3601/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

19:55

Crestview PD

GREENE,JOSHUA]

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

MIDGETT

01/28/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:20

0.076Control Test 21:20

0.000Air Blank 21:21

# 1 0.132Subject Sample 21:21

2.707Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.108Subject Sample 21:24

1.957Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 3 0.115Subject Sample 21:28

1.808Breath Volume 21:28

0.000Air Blank 21:28

0.078Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 03/02/2026 14:16

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5001/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:30

North Miami PD

JEAN,ZEPHYR

11/05/2026

26824080A1

North Miami PD

PINEDA,MIGUEL,

MIREMONT

01/15/2026

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.082Control Test 02:14

0.000Air Blank 02:15

# 1 0.204Subject Sample 02:18 Volume Not Met

0.546Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:20

# 2 0.199Subject Sample 02:22

1.828Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 3 0.202Subject Sample 02:25

1.734Breath Volume 02:25

0.000Air Blank 02:26

0.077Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 02/24/2026 17:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:0601/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:55

Hernando County SO

KELLY,JAMES

10/05/2026

23324080A2

Hernando County SO

JOHNSTON,STACY,M

WOODS

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.079Control Test 23:58

0.000Air Blank 23:58

# 1Subject Sample 00:01 No Sample Provided

0.000Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2Subject Sample 00:04 Subject Test Refused

0.000Breath Volume 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:06

Data Download Date/Time: 02/03/2026 14:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:2701/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:29

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

OWENS

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:32

# 1Subject Sample 00:33 Subject Test Refused

0.000Breath Volume 00:33

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 02/03/2026 14:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:3901/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:21

Hernando County SO

LOCKE,J

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

ST LOUIS

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.078Control Test 01:06

0.000Air Blank 01:07

# 1Subject Sample 01:07 Subject Test Refused

0.000Breath Volume 01:07

0.000Air Blank 01:07

0.078Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 02/03/2026 14:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:0501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

01:59

FHP Troop C

WAKELAND,KATLYN

10/05/2026

23324080A2

FHP Troop C

WAKELAND,KATLYN,A

SOARES DA SILVA

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:01

# 1 0.066Subject Sample 03:04 Volume Not Met

0.753Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.071Subject Sample 03:07

1.144Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 3 0.069Subject Sample 03:13 Volume Not Met

0.500Breath Volume 03:13

0.000Air Blank 03:14

0.078Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 02/03/2026 14:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:3801/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:18

Hernando County SO

BROOKS,Z

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

JAKUBIAK

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.078Control Test 04:15

0.000Air Blank 04:15

# 1 0.148Subject Sample 04:16

2.152Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.144Subject Sample 04:20

1.101Breath Volume 04:20

0.000Air Blank 04:20

0.078Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 02/03/2026 14:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:42:2101/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:14

07:47

FHP Troop C

HOAGLAN,BRANDON

10/05/2026

23324080A2

FHP Troop C

HOAGLAN,BRANDON,C

SMITH

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:34

0.000Air Blank 09:35

0.080Control Test 09:35

0.000Air Blank 09:36

# 1 0.208Subject Sample 09:37

1.441Breath Volume 09:37

0.000Air Blank 09:37

0.000Air Blank 09:39

# 2 0.205Subject Sample 09:40

1.714Breath Volume 09:40

0.000Air Blank 09:41

0.077Control Test 09:41

0.000Air Blank 09:42

OKDiagnostics Check 09:42

Data Download Date/Time: 02/03/2026 14:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:3101/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:41

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

BREWER

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

# 1 0.190Subject Sample 00:51

1.804Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.192Subject Sample 00:53

1.164Breath Volume 00:53

0.000Air Blank 00:54

0.077Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 02/03/2026 14:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0601/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:49

Hernando County SO

DAVILLA,A

10/05/2026

23324080A2

Hernando County SO

STASIO,J,J

MOLINARI

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.075Control Test 02:31

0.000Air Blank 02:32

# 1 0.176Subject Sample 02:33

1.457Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.140Subject Sample 02:39 Volume Not Met

0.722Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 3 0.166Subject Sample 02:44

2.089Breath Volume 02:44

0.000Air Blank 02:45

0.076Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 02/03/2026 14:32

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:5201/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:00

FHP Troop C

DION,KEVIN

10/05/2026

23324080A2

FHP Troop C

DION,KEVIN,J

BARNES

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.079Control Test 19:28

0.000Air Blank 19:28

# 1 0.148Subject Sample 19:28

1.484Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.146Subject Sample 19:32

1.667Breath Volume 19:32

0.000Air Blank 19:32

0.079Control Test 19:33

0.000Air Blank 19:33

OKDiagnostics Check 19:33

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:1201/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:09

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

DANIEL

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.076Control Test 00:02

0.000Air Blank 00:03

# 1Subject Sample 00:04 Subject Test Refused

0.000Breath Volume 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:2901/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:59

FHP Troop C

WAKELAND,KATLYN

10/05/2026

23324080A2

FHP Troop C

WAKELAND,KATLYN,A

SOWELL

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:59

# 1 0.107Subject Sample 04:02 Volume Not Met

0.035Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.125Subject Sample 04:05

2.085Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 3 0.131Subject Sample 04:08

3.117Breath Volume 04:08

0.000Air Blank 04:09

0.077Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:3901/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:39

Hernando County SO

DAVILA,ALEC

10/05/2026

23324080A2

Hernando County SO

DAVILA,ALEC,P

PUGLIESE

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1 0.000Subject Sample 21:02

1.335Breath Volume 21:02

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.000Subject Sample 21:05

1.339Breath Volume 21:05

0.000Air Blank 21:05

0.079Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0201/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:38

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

PENNY

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.078Control Test 23:31

0.000Air Blank 23:32

# 1 0.178Subject Sample 23:33

2.199Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.179Subject Sample 23:36

2.042Breath Volume 23:36

0.000Air Blank 23:37

0.077Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:38

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4101/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:10

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

LANGLEY

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.078Control Test 02:55

0.000Air Blank 02:56

# 1Subject Sample 02:59 No Sample Provided

0.000Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.109Subject Sample 03:05 Volume Not Met

0.503Breath Volume 03:05

0.000Air Blank 03:05

0.078Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:1601/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:31

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

VAKALOPOULOS

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.077Control Test 23:24

0.000Air Blank 23:24

# 1 0.373Subject Sample 23:27

2.230Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.335Subject Sample 23:31

1.164Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 3 0.342Subject Sample 23:34

1.214Breath Volume 23:34

0.000Air Blank 23:35

0.074Control Test 23:35 Control Outside Tolerance

0.000Air Blank 23:36

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:4501/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:10

Hernando County SO

CROSS,DONOVAN

10/05/2026

23324080A2

Hernando County SO

JOHNSTON,STACY,M

BUSTRIN

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.076Control Test 00:57

0.000Air Blank 00:57

# 1 0.128Subject Sample 01:00

1.500Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.135Subject Sample 01:03

2.394Breath Volume 01:03

0.000Air Blank 01:03

0.076Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5501/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:31

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

RYCHECK GARCIA

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

# 1 0.166Subject Sample 03:17 Volume Not Met

0.035Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.176Subject Sample 03:22

1.746Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:24

# 3 0.185Subject Sample 03:25

1.246Breath Volume 03:25

0.000Air Blank 03:26

0.075Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:5201/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:52

FHP Troop C

WAKELAND,KATLYN

10/05/2026

23324080A2

FHP Troop C

WAKELAND,KATLYN,A

PACHECO RIVERA

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.079Control Test 22:51

0.000Air Blank 22:51

# 1Subject Sample 22:53 Subject Test Refused

0.000Breath Volume 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:4101/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:12

Hernando County SO

DAVILA,ALEC

10/05/2026

23324080A2

Hernando County SO

DAVILA,ALEC,

FORET

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

Air Blank 01:00 RFI Detect

Air Blank 01:00 RFI Detect

Data Download Date/Time: 02/03/2026 14:33

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5901/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:12

Hernando County SO

DAVILA,ALEC

10/05/2026

23324080A2

Hernando County SO

DAVILA,ALEC,P

FORT

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:0101/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:32

Hernando County SO

LOCKE,J

10/05/2026

23324080A2

Hernando County SO

STASIO,J,J

LUBOSCO

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:23

0.079Control Test 21:24

0.000Air Blank 21:24

# 1 0.000Subject Sample 21:25

3.718Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.000Subject Sample 21:28

3.589Breath Volume 21:28

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:30

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:1901/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:09

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

HARRIS

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

# 1 0.194Subject Sample 04:47

1.242Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.205Subject Sample 04:50

1.664Breath Volume 04:50

0.000Air Blank 04:51

0.077Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5101/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:13

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

O'BRIEN

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.079Control Test 01:06

0.000Air Blank 01:06

# 1 0.158Subject Sample 01:07

2.414Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2 0.149Subject Sample 01:10

2.593Breath Volume 01:10

0.000Air Blank 01:10

0.078Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:4001/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:33

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

SPEROW

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:43

0.079Control Test 20:43

0.000Air Blank 20:43

# 1 0.186Subject Sample 20:44

1.277Breath Volume 20:44

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.185Subject Sample 20:48

1.707Breath Volume 20:48

0.000Air Blank 20:48

0.079Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:1001/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:49

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

MAXWELL

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:54

# 1 0.000Subject Sample 01:55

3.464Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.000Subject Sample 01:58

3.230Breath Volume 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:0201/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:54

Hernando County SO

LOCKE,J

10/05/2026

23324080A2

Hernando County SO

WEST,CHRISTOPHER,S

JENSON

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.080Control Test 21:45

0.000Air Blank 21:46

# 1Subject Sample 21:46 Subject Test Refused

0.000Breath Volume 21:46

0.000Air Blank 21:47

0.081Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:48

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:15:2901/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:52

14:49

Hernando County SO

TREMBLAY,F

10/05/2026

23324080A2

Hernando County SO

TREMBLAY,F,

HEINZ

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:12

0.000Air Blank 16:12

0.080Control Test 16:13

0.000Air Blank 16:13

# 1Subject Sample 16:14 Subject Test Refused

0.000Breath Volume 16:14

0.000Air Blank 16:14

0.079Control Test 16:14

0.000Air Blank 16:15

OKDiagnostics Check 16:15

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2101/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:16

FHP Troop C

GALLOWAY,GRANT

10/05/2026

23324080A2

FHP Troop C

GALLOWAY,GRANT,D

GOMEZ

12/28/2025

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:30

# 1Subject Sample 03:30 Subject Test Refused

0.000Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 02/03/2026 14:33

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:1501/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

18:34

Pinellas County SO

BEWS,DEPUTY

01/09/2027

AG500903

Pinellas County SO

PECORA,DEPUTY,L

SCHULTZ

01/07/2026

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:55

0.082Control Test 19:55

0.000Air Blank 19:56

# 1Subject Sample 19:59 No Sample Provided

0.000Breath Volume 19:59

0.000Air Blank 19:59

0.000Air Blank 20:01

# 2Subject Sample 20:01 Subject Test Refused

0.000Breath Volume 20:01

0.000Air Blank 20:02

0.081Control Test 20:02

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 02/04/2026 13:23

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:5801/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:00

16:00

Perry PD

DAVIS,WILLIAM

06/05/2026

10124080A3

Perry PD

DAVIS,WILLIAM,K

WILES

12/01/2025

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:31

0.000Air Blank 16:31

0.080Control Test 16:31

0.000Air Blank 16:32

# 1 0.000Subject Sample 16:32

2.503Breath Volume 16:32

0.000Air Blank 16:33

0.000Air Blank 16:35

# 2 0.000Subject Sample 16:35

2.984Breath Volume 16:35

0.000Air Blank 16:36

0.079Control Test 16:36

0.000Air Blank 16:36

OKDiagnostics Check 16:36

Data Download Date/Time: 01/08/2026 09:03

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:3701/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:03

St. Petersburg PD

BOWERS,OFFICER'

03/05/2027

04125080A5

St. Petersburg PD

SMITH,OFFICER,Z

OHMAN

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.083Control Test 00:19

0.000Air Blank 00:19

# 1 0.140Subject Sample 00:20

1.714Breath Volume 00:20

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.136Subject Sample 00:23

1.363Breath Volume 00:23

0.000Air Blank 00:23

0.082Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 02/26/2026 05:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:0401/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:37

St. Petersburg PD

CHALMERS,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

SMITH,OFFICER,Z

SWANSON

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.083Control Test 03:30

0.000Air Blank 03:30

# 1Subject Sample 03:30 Subject Test Refused

0.000Breath Volume 03:30

0.000Air Blank 03:31

0.083Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:32

Data Download Date/Time: 02/26/2026 05:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:1901/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:08

St. Petersburg PD

CHOUINARD,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

SMITH,OFFICER,Z

DAVIS

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.083Control Test 03:49

0.000Air Blank 03:50

# 1 0.096Subject Sample 03:50

1.675Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.092Subject Sample 03:53

1.644Breath Volume 03:53

0.000Air Blank 03:54

0.083Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 02/26/2026 05:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:0301/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

03:57

St. Petersburg PD

BOWERS,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

MINICUCCI

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.082Control Test 05:05

0.000Air Blank 05:06

# 1Subject Sample 05:09 No Sample Provided

0.000Breath Volume 05:09

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.264Subject Sample 05:14

2.960Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:16

# 3 0.256Subject Sample 05:17

1.847Breath Volume 05:17

0.000Air Blank 05:18

0.081Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:19

Data Download Date/Time: 02/26/2026 05:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:4201/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:24

St. Petersburg PD

CHALMERS,RYAN

03/05/2027

04125080A5

St. Petersburg PD

CHALMERS,RYAN,P

PALERMO

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.081Control Test 22:48

0.000Air Blank 22:49

# 1 0.000Subject Sample 22:49

1.687Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.000Subject Sample 22:52

1.628Breath Volume 22:52

0.000Air Blank 22:52

0.079Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 02/26/2026 05:14

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:5201/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:39

St. Petersburg PD

CHOUINARD,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

SHOEMAKER

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.083Control Test 01:15

0.000Air Blank 01:15

# 1 0.177Subject Sample 01:18

1.289Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.159Subject Sample 01:22

1.156Breath Volume 01:22

0.000Air Blank 01:22

0.080Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:1501/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:01

04:01

St. Petersburg PD

BOWERS,ETHAN

03/05/2027

04125080A5

St. Petersburg PD

CHALMERS,RYAN,P

SILK

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:24

0.082Control Test 05:25

0.000Air Blank 05:25

# 1 0.000Subject Sample 05:26

2.441Breath Volume 05:26

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.000Subject Sample 05:28

2.554Breath Volume 05:28

0.000Air Blank 05:29

0.079Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:5201/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:15

St. Petersburg PD

CHOUINARD,M

03/05/2027

04125080A5

St. Petersburg PD

CHOUINARD,MITCHELL,J

ODEGAARG

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.082Control Test 23:57

0.000Air Blank 23:57

# 2 0.126Subject Sample 23:58

3.308Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:00

# 1 0.125Subject Sample 00:01

4.007Breath Volume 00:01

0.000Air Blank 00:01

0.082Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:4101/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:05

St. Petersburg PD

BOWERS,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

WILLIAMS

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.082Control Test 01:55

0.000Air Blank 01:56

# 1 0.116Subject Sample 01:58

1.433Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.113Subject Sample 02:01

1.789Breath Volume 02:01

0.000Air Blank 02:01

0.080Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5501/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:02

St. Petersburg PD

CHALMERS,RYAN

03/05/2027

04125080A5

St. Petersburg PD

CHALMERS,RYAN,P

CARVALHO DA SILVA

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.082Control Test 03:55

0.000Air Blank 03:55

# 1 0.114Subject Sample 03:56

2.109Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:58

# 2 0.119Subject Sample 03:59

3.500Breath Volume 03:59

0.000Air Blank 03:59

0.080Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:1101/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:57

St. Petersburg PD

CHOUINARD,MITCHELL

03/05/2027

04125080A5

St. Petersburg PD

CHALMERS,RYAN,P

MCKIVER JR

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.082Control Test 04:39

0.000Air Blank 04:39

# 1 0.081Subject Sample 04:40

3.457Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.079Subject Sample 04:43

3.898Breath Volume 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:38:5101/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:12

12:40

St. Petersburg PD

MARTINEAU,ARIC

03/05/2027

04125080A5

St. Petersburg PD

DAUGHETEE,NICHOLAS,

FLOWERS

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:32

0.000Air Blank 13:32

0.081Control Test 13:32

0.000Air Blank 13:33

# 1 0.337Subject Sample 13:34

1.128Breath Volume 13:34

0.000Air Blank 13:35

0.000Air Blank 13:36

# 2 0.354Subject Sample 13:37

1.523Breath Volume 13:37

0.000Air Blank 13:37

0.080Control Test 13:38

0.000Air Blank 13:38

OKDiagnostics Check 13:38

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:3301/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:20

St. Petersburg PD

KUSHNIR,A

03/05/2027

04125080A5

St. Petersburg PD

MURPHY,W,

GAILER

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.081Control Test 05:07

0.000Air Blank 05:07

# 1 0.126Subject Sample 05:08

1.570Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.118Subject Sample 05:12

1.164Breath Volume 05:12

0.000Air Blank 05:12

0.079Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:0601/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:19

St. Petersburg PD

THOMAS,KRISTEN

03/05/2027

04125080A5

St. Petersburg PD

THOMAS,KRISTEN,

FRAME

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.082Control Test 22:08

0.000Air Blank 22:08

# 1Subject Sample 22:08 Subject Test Refused

0.000Breath Volume 22:08

0.000Air Blank 22:09

0.081Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:1401/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:27

St. Petersburg PD

WILLMES,A

03/05/2027

04125080A5

St. Petersburg PD

WILLMES,A,

DORR

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.081Control Test 22:27

0.000Air Blank 22:27

# 1Subject Sample 22:30 No Sample Provided

0.000Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2Subject Sample 22:33 Subject Test Refused

0.000Breath Volume 22:33

0.000Air Blank 22:34

0.082Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:5501/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:24

St. Petersburg PD

BOWERS,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

ROBINSON

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.083Control Test 01:24

0.000Air Blank 01:25

# 1Subject Sample 01:28 No Sample Provided

0.000Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.146Subject Sample 01:33

1.171Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 3 0.137Subject Sample 01:39 Volume Not Met

0.707Breath Volume 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4001/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:55

St. Petersburg PD

THOMAS,KRISTEN

03/05/2027

04125080A5

St. Petersburg PD

THOMAS,KRISTEN,

MILLER

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.081Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:0701/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

04:02

St. Petersburg PD

WILLMES,A

03/05/2027

04125080A5

St. Petersburg PD

WILLMES,A,

JOHNSON

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.082Control Test 04:25

0.000Air Blank 04:26

# 1 0.027Subject Sample 04:28

1.562Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.025Subject Sample 04:31

2.066Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:0101/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:24

St. Petersburg PD

GOODWIN,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

LYTTLE

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:28

0.081Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:29

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:4201/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:24

St. Petersburg PD

GOODWIN,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

LYTTLE

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

# 1 0.132Subject Sample 02:49

4.433Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.130Subject Sample 02:53

2.863Breath Volume 02:53

0.000Air Blank 02:53

0.081Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:0801/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:39

St. Petersburg PD

WILLMES,A

03/05/2027

04125080A5

St. Petersburg PD

WILLMES,A,

HICKMAN

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

# 1Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:3901/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

18:11

St. Petersburg PD

CHOUINARD,M

03/05/2027

04125080A5

St. Petersburg PD

WILLMES,A,

KRIKSCIUKAS

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:07

0.082Control Test 19:08

0.000Air Blank 19:08

# 1Subject Sample 19:11 Subject Test Refused

0.000Breath Volume 19:11

0.000Air Blank 19:11

0.082Control Test 19:12

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:0501/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:51

St. Petersburg PD

THOMAS,KRISTEN

03/05/2027

04125080A5

St. Petersburg PD

THOMAS,KRISTEN,

HARRIS

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.082Control Test 20:34

0.000Air Blank 20:34

# 1Subject Sample 20:34 Subject Test Refused

0.000Breath Volume 20:34

0.000Air Blank 20:35

0.082Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:36

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4901/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:03

St. Petersburg PD

BOWERS,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

SMITH

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:56

# 1Subject Sample 02:00 No Sample Provided

0.000Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.237Subject Sample 02:03

1.230Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 3 0.226Subject Sample 02:08

1.734Breath Volume 02:08

0.000Air Blank 02:08

0.081Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:3801/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:31

St. Petersburg PD

WILLMES,A

03/05/2027

04125080A5

St. Petersburg PD

WILLMES,A,

KIELMA

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:14

# 1 0.183Subject Sample 02:15

3.289Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.165Subject Sample 02:19

1.812Breath Volume 02:19

0.000Air Blank 02:19

0.080Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:1401/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:58

St. Petersburg PD

CHOUINARD,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

JOSEPH

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

# 1 0.123Subject Sample 03:51

2.316Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.120Subject Sample 03:54

2.160Breath Volume 03:54

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3001/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:54

St. Petersburg PD

WILLMES,A

03/05/2027

04125080A5

St. Petersburg PD

WILLMES,A,

YATES

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.082Control Test 23:36

0.000Air Blank 23:36

# 1 0.187Subject Sample 23:37

1.113Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.195Subject Sample 23:42

1.523Breath Volume 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:0701/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

18:44

St. Petersburg PD

HOBART,C

03/05/2027

04125080A5

St. Petersburg PD

SEAY, III,KENNETH,M

HENRY

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:02

0.000Air Blank 19:03

0.082Control Test 19:03

0.000Air Blank 19:04

# 1Subject Sample 19:07 No Sample Provided

0.000Breath Volume 19:07

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2Subject Sample 19:12 No Sample Provided

0.000Breath Volume 19:12

0.000Air Blank 19:13

0.082Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:4901/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

18:22

St. Petersburg PD

BISHOP,C

03/05/2027

04125080A5

St. Petersburg PD

BISHOP,CHRISTOPHER,M

LOPEZ

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:03

0.081Control Test 19:03

0.000Air Blank 19:04

# 1 0.207Subject Sample 19:04

1.710Breath Volume 19:04

0.000Air Blank 19:05

0.000Air Blank 19:06

# 2 0.189Subject Sample 19:07

1.722Breath Volume 19:07

0.000Air Blank 19:07

0.080Control Test 19:08

0.000Air Blank 19:08

OKDiagnostics Check 19:08

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:0501/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:15

St. Petersburg PD

THOMAS,KRISTEN

03/05/2027

04125080A5

St. Petersburg PD

THOMAS,KRISTEN,

HATFIELD

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.082Control Test 20:01

0.000Air Blank 20:02

# 1 0.165Subject Sample 20:02

2.695Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:04

# 2 0.163Subject Sample 20:05

2.808Breath Volume 20:05

0.000Air Blank 20:06

0.082Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:0901/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

05:24

St. Petersburg PD

SMITH,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

SMITH,OFFICER,Z

JAMES

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:37

0.000Air Blank 06:37

0.081Control Test 06:38

0.000Air Blank 06:38

# 1 0.235Subject Sample 06:39

2.085Breath Volume 06:39

0.000Air Blank 06:40

0.000Air Blank 06:41

# 2 0.224Subject Sample 06:42

1.878Breath Volume 06:42

0.000Air Blank 06:43

0.081Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:0201/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

18:33

St. Petersburg PD

BOWERS,ETHAN

03/05/2027

04125080A5

St. Petersburg PD

CHALMERS,RYAN,P

MORY

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:26

0.000Air Blank 19:26

0.083Control Test 19:27

0.000Air Blank 19:27

# 1 0.000Subject Sample 19:28

2.984Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.000Subject Sample 19:31

2.222Breath Volume 19:31

0.000Air Blank 19:32

0.079Control Test 19:32

0.000Air Blank 19:32

OKDiagnostics Check 19:33

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:1301/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:18

St. Petersburg PD

CHOUINARD,OFFICER

03/05/2027

04125080A5

St. Petersburg PD

BOWERS,OFFICER,E

KROLLAGE

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.083Control Test 00:01

0.000Air Blank 00:01

# 1 0.000Subject Sample 00:02

1.453Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.007Subject Sample 00:05

2.031Breath Volume 00:05

0.000Air Blank 00:06

0.083Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:5101/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:46

St. Petersburg PD

SEAY, III,KENNETH

03/05/2027

04125080A5

St. Petersburg PD

SEAY, III,KENNETH,M

SOM

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:43

0.082Control Test 21:43

0.000Air Blank 21:43

# 1 0.091Subject Sample 21:44

1.679Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.087Subject Sample 21:47

2.585Breath Volume 21:47

0.000Air Blank 21:47

0.082Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:3401/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:34

St. Petersburg PD

KUSHNIR,A

03/05/2027

04125080A5

St. Petersburg PD

FERNANDEZ,JULIO,C

COURTLANDT

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.082Control Test 04:21

0.000Air Blank 04:22

# 1 0.038Subject Sample 04:25 Volume Not Met

0.000Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 2 0.016Subject Sample 04:31 Volume Not Met

0.101Breath Volume 04:31

0.000Air Blank 04:31

0.082Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:35:3401/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:52

16:25

St. Petersburg PD

SEAY, III,KENNETH

03/05/2027

04125080A5

St. Petersburg PD

SEAY, III,KENNETH,M

FEKAY

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:24

0.000Air Blank 17:24

0.082Control Test 17:24

0.000Air Blank 17:25

# 1Subject Sample 17:28 No Sample Provided

0.000Breath Volume 17:28

0.000Air Blank 17:29

0.000Air Blank 17:31

# 2Subject Sample 17:34 No Sample Provided

0.000Breath Volume 17:34

0.000Air Blank 17:34

0.083Control Test 17:34

0.000Air Blank 17:35

OKDiagnostics Check 17:35

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:1501/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:38

St. Petersburg PD

SEAY, III,KENNETH

03/05/2027

04125080A5

St. Petersburg PD

SEAY, III,KENNETH,M

BOLDEN

12/04/2025

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:35

0.084Control Test 21:35

0.000Air Blank 21:36

# 1 0.122Subject Sample 21:39

1.386Breath Volume 21:39

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.124Subject Sample 21:42

2.089Breath Volume 21:42

0.000Air Blank 21:43

0.083Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 02/26/2026 05:15

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:0201/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:09

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

TORRES

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.078Control Test 20:56

0.000Air Blank 20:56

# 1 0.118Subject Sample 20:57

2.683Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.125Subject Sample 21:00

3.121Breath Volume 21:00

0.000Air Blank 21:01

0.078Control Test 21:01

0.000Air Blank 21:01

OKDiagnostics Check 21:02

Data Download Date/Time: 01/30/2026 16:58

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:5601/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:14

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

MCEACHERN

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.079Control Test 03:01

0.000Air Blank 03:01

# 1 0.180Subject Sample 03:02

2.109Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.176Subject Sample 03:05

1.882Breath Volume 03:05

0.000Air Blank 03:06

0.078Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3501/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:49

Port Orange PD

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

MOORE

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

# 1 0.157Subject Sample 02:35

1.140Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.168Subject Sample 02:38

1.984Breath Volume 02:38

0.000Air Blank 02:39

0.077Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:1601/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:14

Port Orange PD

LANGER,MAX

03/28/2027

403008479

Port Orange PD

CALENDA,NICHOLAS,J

BOWEN

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.078Control Test 21:51

0.000Air Blank 21:51

# 1 0.116Subject Sample 21:52

1.289Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.112Subject Sample 21:55

1.312Breath Volume 21:55

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4901/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:26

Port Orange PD

REAHL,TIMOTHY

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

WALLS

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

# 1Subject Sample 04:04 No Sample Provided

0.000Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.171Subject Sample 04:07

2.144Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:09

# 3 0.165Subject Sample 04:10

1.242Breath Volume 04:10

0.000Air Blank 04:10

0.076Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:3101/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:59

South Daytona PD

FANSLER,MICHEAL

03/28/2027

403008479

South Daytona PD

FANSLER,MICHEAL,L

MANNING

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1 0.236Subject Sample 01:27

1.328Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.236Subject Sample 01:30

1.800Breath Volume 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:3101/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:44

Port Orange PD

LIGHTFOOT,BRITTANY

03/28/2027

403008479

Port Orange PD

LIGHTFOOT,BRITTANY,K

GILCHREST

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:17

# 1 0.000Subject Sample 00:18

3.554Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.000Subject Sample 00:21

3.519Breath Volume 00:21

0.000Air Blank 00:21

0.078Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0801/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:14

Port Orange PD

FISCHETTI,JAMES

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

COOTS

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:23

# 1 0.164Subject Sample 03:26

1.507Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.161Subject Sample 03:29

1.492Breath Volume 03:29

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0301/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:17

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

CORDERO

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.078Control Test 03:03

0.000Air Blank 03:04

# 1 0.000Subject Sample 03:04

3.250Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.000Subject Sample 03:07

2.843Breath Volume 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:09

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3001/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:59

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

KING

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.108Subject Sample 02:52

1.785Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.112Subject Sample 02:54

1.691Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:5101/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:38

Port Orange PD

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

VINES,KIRSTEN,M

HORTON

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.076Control Test 22:11

0.000Air Blank 22:12

# 1 0.221Subject Sample 22:13

2.250Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:15

# 2 0.227Subject Sample 22:16

2.425Breath Volume 22:16

0.000Air Blank 22:16

0.077Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:0101/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

17:41

Port Orange PD

CONWAY,JACOB

03/28/2027

403008479

Daytona Beach PD

VINES,KIRSTEN,M

BRASWELL

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.078Control Test 22:42

0.000Air Blank 22:42

# 1 0.186Subject Sample 22:43

1.488Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:45

# 2 0.187Subject Sample 22:46

1.812Breath Volume 22:46

0.000Air Blank 22:47

0.078Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:48

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:3901/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:17

Port Orange PD

RAINGE,MARIAH

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

HOLLOWAY

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 00:00

# 1 0.000Subject Sample 00:01

2.832Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.000Subject Sample 00:04

2.777Breath Volume 00:04

0.000Air Blank 00:04

0.077Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2001/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:54

Port Orange PD

HICKS,JOHN

03/28/2027

403008479

Volusia County SO

SASSO,SCOTT,A

BURKITT

12/31/2025

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

# 1 0.180Subject Sample 00:47 Volume Not Met

0.785Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.184Subject Sample 00:53 Volume Not Met

0.332Breath Volume 00:53

0.000Air Blank 00:54

0.077Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 02/04/2026 15:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:2601/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

20:37

Daytona Beach PD

QUELIZ,CARLOS

12/02/2027

403207508

Daytona Beach PD

QUELIZ,CARLOS,A

DIAZ RUIZ

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.083Control Test 21:13

0.000Air Blank 21:14

# 1 0.144Subject Sample 21:15

2.792Breath Volume 21:15

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.143Subject Sample 21:18

1.511Breath Volume 21:18

0.000Air Blank 21:19

0.082Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:3201/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:33

Daytona Beach PD

DEPOORTER,ASHLEY

12/02/2027

403207508

Daytona Beach PD

PITTMAN,VALERIE,C

STAFFORD

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.083Control Test 04:16

0.000Air Blank 04:17

# 1Subject Sample 04:20 No Sample Provided

0.000Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2Subject Sample 04:26 No Sample Provided

0.000Breath Volume 04:26

0.000Air Blank 04:26

0.083Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:1301/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:10

Daytona Beach PD

GACHELIN,C

12/02/2027

403207508

Daytona Beach PD

SANTOS,KEELAN,D

STOREY

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

# 1 0.143Subject Sample 03:51

2.027Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.148Subject Sample 03:54

1.765Breath Volume 03:54

0.000Air Blank 03:55

0.082Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:54:2001/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

11:44

Daytona Beach PD

JONAS,JASON

12/02/2027

403207508

Daytona Beach PD

SAN CLEMENTE,LEIGHANNE,E

TOLBERT

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:48

0.000Air Blank 12:48

0.083Control Test 12:48

0.000Air Blank 12:49

# 1 0.227Subject Sample 12:49

2.593Breath Volume 12:49

0.000Air Blank 12:50

0.000Air Blank 12:52

# 2 0.221Subject Sample 12:53

2.753Breath Volume 12:53

Air Blank 12:53 Purge Fail

0.000Air Blank 12:54

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:06:2301/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

11:44

Daytona Beach PD

JONAS,JASON

12/02/2027

403207508

Daytona Beach PD

SAN CLEMENTE,LEIGHANNE,E

TOLBERT

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:59

0.000Air Blank 12:59

0.078Control Test 13:00

0.000Air Blank 13:00

# 1 0.218Subject Sample 13:01

3.023Breath Volume 13:01

0.000Air Blank 13:02

0.000Air Blank 13:03

# 2 0.214Subject Sample 13:04

2.765Breath Volume 13:04

0.000Air Blank 13:05

0.078Control Test 13:05

0.000Air Blank 13:06

OKDiagnostics Check 13:06

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:0301/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:03

17:41

Daytona Beach PD

CONWAY,JACOB

12/02/2027

403207508

Daytona Beach PD

SAN CLEMENTE,LEIGHANNE,E

BRASWELL

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:27

0.000Air Blank 18:28

0.082Control Test 18:28

0.000Air Blank 18:28

# 1Subject Sample 18:32 No Sample Provided

0.000Breath Volume 18:32

0.000Air Blank 18:32

0.000Air Blank 18:34

# 2Subject Sample 18:37 No Sample Provided

0.000Breath Volume 18:37

0.000Air Blank 18:38

0.082Control Test 18:38

0.000Air Blank 18:38

OKDiagnostics Check 18:39

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:2401/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:56

17:41

Daytona Beach PD

CONWAY,JACOB

12/02/2027

403207508

Daytona Beach PD

SAN CLEMENTE,LEIGHANNE,E

BRASWELL

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:19

0.000Air Blank 19:20

0.082Control Test 19:20

0.000Air Blank 19:21

# 1 0.281Subject Sample 19:21

2.175Breath Volume 19:21

0.000Air Blank 19:23

0.000Air Blank 19:24

# 2 0.279Subject Sample 19:25

1.417Breath Volume 19:25

Air Blank 19:25 Purge Fail

0.000Air Blank 19:26

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:1701/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

17:41

Daytona Beach PD

CONWAY,JACOB

12/02/2027

403207508

Daytona Beach PD

SAN CLEMENTE,LEIGHANNE,E

BRASWELL

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:34

0.000Air Blank 20:35

0.081Control Test 20:35

0.000Air Blank 20:36

# 1 0.218Subject Sample 20:36

1.812Breath Volume 20:36

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.229Subject Sample 20:40

1.433Breath Volume 20:40

Air Blank 20:40 Purge Fail

0.000Air Blank 20:41

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:2801/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

17:41

Daytona Beach PD

CONWAY,JACOB

12/02/2027

403207508

Daytona Beach PD

SAN CLEMENTE,LEIGHANNE,E

BRASWELL

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:44

0.078Control Test 20:45

0.000Air Blank 20:45

# 1 0.226Subject Sample 20:46

2.609Breath Volume 20:46

Air Blank 20:46 Purge Fail

Air Blank 20:47 RFI Detect

Data Download Date/Time: 01/27/2026 18:52

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:3701/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

17:41

Daytona Beach PD

CONWAY,JACOB

12/02/2027

403207508

Daytona Beach PD

SAN CLEMENTE,LEIGHANNE,E

BRASWELL

12/21/2025

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.077Control Test 21:03

0.000Air Blank 21:04

# 1 0.216Subject Sample 21:05

1.890Breath Volume 21:05

Air Blank 21:05 Purge Fail

0.000Air Blank 21:06

Data Download Date/Time: 01/27/2026 18:52

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2701/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:39

Daytona Beach PD

SANTOS,KEELAN

12/02/2027

403207508

Daytona Beach PD

SANTOS,KEELAN,D

GORDON

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.083Control Test 00:20

0.000Air Blank 00:20

# 1 0.183Subject Sample 00:21

1.652Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.187Subject Sample 00:24

1.425Breath Volume 00:24

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 02/23/2026 11:18

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:0601/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:10

Miami-Dade PD

AZRAK,JOSEPH

11/05/2026

28424080A4

Miami-Dade PD

AZRAK,JOSEPH,

FERNANDEZ

01/15/2026

8100.27

MIAMI DADE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:47

# 1 0.090Subject Sample 00:48

1.171Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:50

# 2 0.094Subject Sample 00:51

1.703Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 02/05/2026 04:17

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:4701/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:15

Sanibel PD

SERRAGO,JAMES

10/05/2026

232011

Sanibel PD

SERRAGO,JAMES,A

LEBLANC

12/22/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.081Control Test 23:34

0.000Air Blank 23:35

# 1 0.222Subject Sample 23:38 Volume Not Met

0.113Breath Volume 23:38

Air Blank 23:39 Purge Fail

0.000Air Blank 23:39

Data Download Date/Time: 01/08/2026 13:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:4101/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:15

Sanibel PD

SERRAGO,JAMES

10/05/2026

232011

Sanibel PD

SERRAGO,JAMES,A

LEBLANC

12/22/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.074Control Test 23:42 Control Outside Tolerance

0.000Air Blank 23:42

Data Download Date/Time: 01/08/2026 13:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2701/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:15

Sanibel PD

SERRAGO,JAMES

10/05/2026

232011

Sanibel PD

SERRAGO,JAMES,A

LEBLANC

12/22/2025

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.077Control Test 23:44

0.000Air Blank 23:45

# 1 0.241Subject Sample 23:46

1.312Breath Volume 23:46

Air Blank 23:46 Purge Fail

0.000Air Blank 23:47

Data Download Date/Time: 01/08/2026 13:28

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:1301/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:08

Fort Myers PD

SMITH,TRAEVONNE

10/05/2026

232011

Fort Myers PD

SMITH,TRAEVONNE,M

RIVERA

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.081Control Test 21:05

0.000Air Blank 21:05

# 1 0.097Subject Sample 21:08

1.316Breath Volume 21:08

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.088Subject Sample 21:13 Volume Not Met

0.558Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 3 0.094Subject Sample 21:17

1.312Breath Volume 21:17

0.000Air Blank 21:18

0.078Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:5301/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:35

Fort Myers PD

MALLONE,NICHOLAS

10/05/2026

232011

Fort Myers PD

SMITH,TRAEVONNE,M

IZQUIERDO

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.082Control Test 00:10

0.000Air Blank 00:10

# 1 0.119Subject Sample 00:11

2.578Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:13

# 2 0.120Subject Sample 00:15

3.296Breath Volume 00:15

0.000Air Blank 00:15

0.081Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:2801/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:53

Fort Myers PD

PARKS,MAXWELL

10/05/2026

232011

Fort Myers PD

KING,JONATHAN,L

LEON

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:44

# 1 0.000Subject Sample 21:44

1.734Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.000Subject Sample 21:48

1.738Breath Volume 21:48

0.000Air Blank 21:48

0.079Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:1701/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:13

Sanibel PD

ECKERT,KYLE

10/05/2026

232011

Sanibel PD

HERON,LAUREN,A

BOWMAN

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:45

0.081Control Test 05:45

0.000Air Blank 05:45

# 1 0.106Subject Sample 05:46

2.328Breath Volume 05:46

0.000Air Blank 05:47

0.000Air Blank 05:48

# 2 0.097Subject Sample 05:49

2.980Breath Volume 05:49

0.000Air Blank 05:50

0.077Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:2501/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

00:31

Fort Myers PD

SMITH,TRAEVONNE

10/05/2026

232011

Fort Myers PD

SMITH,TRAEVONNE,M

MCGREGOR

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.081Control Test 05:15

0.000Air Blank 05:15

# 1 0.042Subject Sample 05:16

1.960Breath Volume 05:16

0.000Air Blank 05:17

0.000Air Blank 05:19

# 2 0.039Subject Sample 05:19

1.539Breath Volume 05:19

0.000Air Blank 05:20

0.080Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:2801/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:28

Fort Myers PD

SMITH,TRAEVONNE

10/05/2026

232011

Fort Myers PD

SMITH,TRAEVONNE,M

SWEET

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.082Control Test 04:40

0.000Air Blank 04:41

# 1 0.000Subject Sample 04:44 Volume Not Met

0.628Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.000Subject Sample 04:50 Volume Not Met

1.054Breath Volume 04:50

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:1401/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:28

Fort Myers PD

SMITH,TRAEVONNE

10/05/2026

232011

Fort Myers PD

SMITH,TRAEVONNE,M

SWEET

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

# 1Subject Sample 04:55 Subject Test Refused

0.195Breath Volume 04:55

0.000Air Blank 04:56

0.079Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:5901/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:28

Fort Myers PD

SMITH,TRAEVONNE

10/05/2026

232011

Fort Myers PD

SMITH,TRAEVONNE,M

SWEET

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.078Control Test 05:00

0.000Air Blank 05:00

# 1 0.000Subject Sample 05:01

1.117Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.000Subject Sample 05:04

1.386Breath Volume 05:04

0.000Air Blank 05:04

0.078Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:1801/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:37

Fort Myers PD

SMITH,TRAEVONNE

10/05/2026

232011

Fort Myers PD

SMITH,TRAEVONNE,M

SANCHEZ

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:53

# 1 0.000Subject Sample 21:54

1.578Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.000Subject Sample 21:57

1.511Breath Volume 21:57

0.000Air Blank 21:58

0.080Control Test 21:58

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 02/12/2026 17:36

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:3801/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:43

Fort Myers PD

1943,K

10/05/2026

232011

Lee County SO

ZUNIGA,S,

PEDRO

01/08/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.082Control Test 20:28

0.000Air Blank 20:29

# 1 0.175Subject Sample 20:29

2.066Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.169Subject Sample 20:32

1.734Breath Volume 20:32

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 02/12/2026 17:37

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1001/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:59

Sarasota County SO

BRENCKLE,TIMOTHY

06/05/2026

10124080A2

Sarasota County SO

BRENCKLE,TIMOTHY,M

BASTIAN

12/12/2025

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.192Subject Sample 01:22

2.281Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.200Subject Sample 01:25

2.246Breath Volume 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 01/11/2026 19:25

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:06:2501/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

05:20

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

CASAS

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 05:59

0.080Control Test 06:00

0.000Air Blank 06:00

# 1 0.099Subject Sample 06:01

1.832Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.096Subject Sample 06:04

2.097Breath Volume 06:04

0.000Air Blank 06:05

0.081Control Test 06:05

0.000Air Blank 06:06

OKDiagnostics Check 06:06

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:0301/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

19:08

Martin County SO

LAVY,BRENT

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

ROMERO TUC

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

0.000Air Blank 19:39

0.081Control Test 19:39

0.000Air Blank 19:39

# 1Subject Sample 19:41 Subject Test Refused

0.000Breath Volume 19:41

0.000Air Blank 19:42

0.081Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:43

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:2901/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

23:02

Stuart PD

LOTT,ERIC

12/05/2026

31124080A2

Stuart PD

LOTT,ERIC,C

SHELL

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.080Control Test 23:55

0.000Air Blank 23:55

# 1 0.258Subject Sample 23:56

2.054Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.240Subject Sample 23:58

2.437Breath Volume 23:58

0.000Air Blank 23:59

0.079Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4901/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:24

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

KEREKES

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

# 1 0.096Subject Sample 00:54

1.542Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.096Subject Sample 00:57

1.539Breath Volume 00:57

0.000Air Blank 00:57

0.080Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:18:3101/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

15:10

Martin County SO

THOMAS,NICHOLAS

12/05/2026

31124080A2

Martin County SO

THOMAS,NICHOLAS,A

LYNN

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:11

0.000Air Blank 16:12

0.080Control Test 16:12

0.000Air Blank 16:13

# 1 0.167Subject Sample 16:13

2.687Breath Volume 16:13

0.000Air Blank 16:14

0.000Air Blank 16:16

# 2 0.164Subject Sample 16:16

2.355Breath Volume 16:16

0.000Air Blank 16:17

0.080Control Test 16:17

0.000Air Blank 16:18

OKDiagnostics Check 16:18

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0201/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:48

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

NICKLAW

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:26

# 1 0.133Subject Sample 00:27

2.730Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:29

# 2 0.133Subject Sample 00:30

2.250Breath Volume 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:32

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0901/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:29

Stuart PD

MATTEUCCI,DANIELLE

12/05/2026

31124080A2

Stuart PD

MATTEUCCI,DANIELLE,D

HERNANDEZ

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:40

# 1Subject Sample 03:42 Sequence Aborted

0.000Breath Volume 03:42

Air Blank 03:43 RFI Detect

Data Download Date/Time: 01/12/2026 16:51

07 March 2026

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:1001/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:11

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

MOHANDAS

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

# 1 0.123Subject Sample 21:18

1.992Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.125Subject Sample 21:21

1.964Breath Volume 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:5601/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:28

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

SCHLEIDER

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 23:00

# 1 0.000Subject Sample 23:00

1.843Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.000Subject Sample 23:03

2.167Breath Volume 23:03

0.000Air Blank 23:04

0.080Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:4801/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:36

FHP Troop L

PERKINS,CHRISTOPHER

12/05/2026

31124080A2

FHP Troop L

PERKINS,CHRISTOPHER,R

HERNANDES

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

# 1 0.107Subject Sample 21:45 Volume Not Met

0.070Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:47

# 2 0.093Subject Sample 21:51 Volume Not Met

0.031Breath Volume 21:51

0.000Air Blank 21:51

0.076Control Test 21:52

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:5201/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:14

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

NGUYEN

12/10/2025

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

# 1 0.141Subject Sample 23:47

4.031Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:49

# 2 0.138Subject Sample 23:50

4.675Breath Volume 23:50

0.000Air Blank 23:50

0.079Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 01/12/2026 16:51

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:4901/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:06

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

WIEDEMER

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

# 1 0.242Subject Sample 00:48

1.808Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.236Subject Sample 00:52

2.027Breath Volume 00:52

0.000Air Blank 00:52

0.079Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 02/04/2026 22:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:52:1301/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:40

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

PERRY

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:45

0.000Air Blank 16:46

0.080Control Test 16:46

0.000Air Blank 16:47

# 1 0.109Subject Sample 16:47

2.222Breath Volume 16:47

0.000Air Blank 16:48

0.000Air Blank 16:50

# 2 0.107Subject Sample 16:50

2.546Breath Volume 16:50

0.000Air Blank 16:51

0.080Control Test 16:51

0.000Air Blank 16:52

OKDiagnostics Check 16:52

Data Download Date/Time: 02/04/2026 22:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:3401/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:58

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

BOWERSOX

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:42

0.080Control Test 05:43

0.000Air Blank 05:43

# 1 0.192Subject Sample 05:43

2.750Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.178Subject Sample 05:47

2.089Breath Volume 05:47

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 02/04/2026 22:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4301/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:55

Stuart PD

LOTT,ERIC

12/05/2026

31124080A2

Stuart PD

LOTT,ERIC,C

HAYES

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

# 1 0.143Subject Sample 01:34

1.898Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.140Subject Sample 01:37

1.191Breath Volume 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 02/04/2026 22:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:0401/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:03

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

KILLETTE

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:48

# 1 0.089Subject Sample 20:49

1.714Breath Volume 20:49

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.093Subject Sample 20:52

1.808Breath Volume 20:52

0.000Air Blank 20:53

0.079Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:54

Data Download Date/Time: 02/04/2026 22:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0801/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:34

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

MCBRIDE

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.080Control Test 22:15

0.000Air Blank 22:15

# 1 0.209Subject Sample 22:16

1.429Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.189Subject Sample 22:20

1.152Breath Volume 22:20

0.000Air Blank 22:21

0.078Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 02/04/2026 22:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0401/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:02

Stuart PD

KUFFNER,PRESTON

12/05/2026

31124080A2

Stuart PD

KUFFNER,PRESTON,S

QUILES

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

# 1 0.134Subject Sample 22:49

1.976Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.133Subject Sample 22:53

1.335Breath Volume 22:53

0.000Air Blank 22:54

0.078Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:55

Data Download Date/Time: 02/04/2026 22:06

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4901/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:20

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

SMUCKER

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:22

# 1 0.134Subject Sample 03:23

2.207Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:25

# 2 0.121Subject Sample 03:26

2.144Breath Volume 03:26

0.000Air Blank 03:26

0.079Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:3001/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:37

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

ANDRES CASTANEDA

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.080Control Test 23:22

0.000Air Blank 23:22

# 1 0.199Subject Sample 23:23

1.710Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:25

# 2 0.196Subject Sample 23:26

2.085Breath Volume 23:26

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3901/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:12

Stuart PD

KUFFNER,PRESTON

12/05/2026

31124080A2

Stuart PD

KUFFNER,PRESTON,S

WILEY

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

# 1 0.129Subject Sample 02:52

2.179Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.120Subject Sample 02:55

1.339Breath Volume 02:55

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:1801/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

00:30

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

KEYES

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:35

# 1 0.125Subject Sample 00:35

3.488Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.129Subject Sample 00:38

3.421Breath Volume 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3701/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:18

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

MCKENNA

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:42

0.000Air Blank 02:42

# 1 0.180Subject Sample 02:43

1.300Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.186Subject Sample 02:46

1.960Breath Volume 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2301/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:42

Martin County SO

SOARS,DONOVAN

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

PHILLIPS

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

# 1 0.158Subject Sample 02:19

2.394Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.157Subject Sample 02:21

1.570Breath Volume 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:14:5101/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:37

16:25

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

COLOZZO

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:08

0.000Air Blank 17:09

0.080Control Test 17:09

0.000Air Blank 17:09

# 1 0.147Subject Sample 17:10

2.179Breath Volume 17:10

0.000Air Blank 17:11

0.000Air Blank 17:12

# 2 0.148Subject Sample 17:13

2.085Breath Volume 17:13

0.000Air Blank 17:13

0.080Control Test 17:14

0.000Air Blank 17:14

OKDiagnostics Check 17:14

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3801/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:45

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

BIEN AIME

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

# 1 0.175Subject Sample 01:28

2.093Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.175Subject Sample 01:32

1.355Breath Volume 01:32

0.000Air Blank 01:32

0.079Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:5901/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

18:52

Martin County SO

THOMAS,NICHOLAS

12/05/2026

31124080A2

Martin County SO

THOMAS,NICHOLAS,A

SAMUELS

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.080Control Test 20:40

0.000Air Blank 20:40

# 1 0.000Subject Sample 20:41

1.675Breath Volume 20:41

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.000Subject Sample 20:44

2.574Breath Volume 20:44

0.000Air Blank 20:45

0.079Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:1901/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:19

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

ISCOWITZ

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:54

# 1 0.160Subject Sample 23:54

2.523Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.166Subject Sample 23:57

2.812Breath Volume 23:57

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4201/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:11

Martin County SO

DUNLOP,MATTHEW

12/05/2026

31124080A2

Martin County SO

DUNLOP,MATTHEW,J

ROSALES

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.280Subject Sample 02:22

2.058Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.272Subject Sample 02:25

2.554Breath Volume 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:1101/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:51

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

PRESUTTI

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

# 1 0.134Subject Sample 00:38

1.457Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:40

# 2 0.138Subject Sample 00:41

1.304Breath Volume 00:41

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:5501/29/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

15:00

Martin County SO

GITLIN,CORY

12/05/2026

31124080A2

Martin County SO

GITLIN,CORY,J

TZUNUN YAX

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:38

0.000Air Blank 15:39

0.080Control Test 15:39

0.000Air Blank 15:39

# 1 0.083Subject Sample 15:40

1.460Breath Volume 15:40

0.000Air Blank 15:40

0.000Air Blank 15:42

# 2 0.081Subject Sample 15:43

1.691Breath Volume 15:43

0.000Air Blank 15:43

0.080Control Test 15:44

0.000Air Blank 15:44

OKDiagnostics Check 15:44

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:3201/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:46

Sewall's Point PD

YAW,COLLIN

12/05/2026

31124080A2

Sewall's Point PD

YAW,COLLIN,R

RESTREPO

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.079Control Test 20:38

0.000Air Blank 20:38

# 1 0.133Subject Sample 20:39

1.757Breath Volume 20:39

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.128Subject Sample 20:41

1.433Breath Volume 20:41

0.000Air Blank 20:42

0.079Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:4401/30/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:13

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

CROSBY

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.080Control Test 21:34

0.000Air Blank 21:34

# 1 0.151Subject Sample 21:35

2.644Breath Volume 21:35

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.152Subject Sample 21:38

2.792Breath Volume 21:38

0.000Air Blank 21:38

0.080Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:5301/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:05

Stuart PD

KUFFNER,PRESTON

12/05/2026

31124080A2

Stuart PD

KUFFNER,PRESTON,S

CAMERON

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1 0.214Subject Sample 00:49

1.699Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.214Subject Sample 00:53

1.621Breath Volume 00:53

0.000Air Blank 00:53

0.079Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 02/04/2026 22:07

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4101/31/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:16

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

HUDEC

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

# 1 0.173Subject Sample 03:05

1.343Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.178Subject Sample 03:08

1.421Breath Volume 03:08

0.000Air Blank 03:08

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 02/04/2026 22:08

07 March 2026Printed:

COBRA ©1997-2014 CMI, Inc.


