
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:3802/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:01

Palm Bay PD

MORALES,JUAN

12/05/2026

32324080A2

Palm Bay PD

BARNETT,JAMES,C

PROPHETT

01/23/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.082Control Test 22:01

0.000Air Blank 22:02

# 1 0.096Subject Sample 22:05 Volume Not Met

0.015Breath Volume 22:05

0.000Air Blank 22:06

0.000Air Blank 22:07

# 2 0.114Subject Sample 22:11 Volume Not Met

0.191Breath Volume 22:11

0.000Air Blank 22:11

0.081Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 02/26/2026 17:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:4702/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:01

Palm Bay PD

MORALES,JUAN

12/05/2026

32324080A2

Palm Bay PD

BARNETT,JAMES,C

PROPHETT

01/23/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:17

# 1 0.119Subject Sample 22:20

2.394Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:22

# 2 0.117Subject Sample 22:24

2.386Breath Volume 22:24

0.000Air Blank 22:24

0.080Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 02/26/2026 17:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:2802/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:19

Palm Bay PD

HODGDON,TODD

12/05/2026

32324080A2

Palm Bay PD

HODGDON,TODD,S

BELTRAN GILL

01/23/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

Air Blank 19:52 RFI Detect

0.000Air Blank 19:52

Data Download Date/Time: 02/26/2026 17:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:4102/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:19

Palm Bay PD

HODGDON,TODD

12/05/2026

32324080A2

Palm Bay PD

HODGDON,TODD,S

BELTRAN GILL

01/23/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.081Control Test 19:54

0.000Air Blank 19:54

# 1 0.256Subject Sample 19:57

2.003Breath Volume 19:57

0.000Air Blank 19:58

0.000Air Blank 19:59

# 2 0.284Subject Sample 20:00

1.660Breath Volume 20:00

0.000Air Blank 20:00

0.000Air Blank 20:02

# 3 0.250Subject Sample 20:03

1.804Breath Volume 20:03

0.000Air Blank 20:04

0.078Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 02/26/2026 17:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:12:4302/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:38

04:54

Palm Bay PD

MOSQUERA
PINTO,GUILLERMO

12/05/2026

32324080A2

West Melbourne PD

ZAMOR,CHELO,

REID

01/23/2026

8100.27

PALM BAY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:06

0.000Air Blank 07:06

0.083Control Test 07:06

0.000Air Blank 07:07

# 1 0.000Subject Sample 07:08

4.757Breath Volume 07:08

0.000Air Blank 07:08

0.000Air Blank 07:10

# 2 0.000Subject Sample 07:11

5.089Breath Volume 07:11

0.000Air Blank 07:11

0.081Control Test 07:12

0.000Air Blank 07:12

OKDiagnostics Check 07:12

Data Download Date/Time: 02/26/2026 17:03

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:4002/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:45

Charlotte County SO

ZUCZEK,T

07/05/2027

15025080A1

Charlotte County SO

WILES,MICHAEL,P

BIBBS

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:59

# 1 0.071Subject Sample 23:00

1.558Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.073Subject Sample 23:03

2.023Breath Volume 23:03

0.000Air Blank 23:03

0.081Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 02/22/2026 21:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0902/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:20

Charlotte County SO

CARVER,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

MILLER

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 00:00

# 1 0.138Subject Sample 00:02

1.511Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.134Subject Sample 00:05

1.167Breath Volume 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 02/22/2026 21:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:5102/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:45

FHP Troop F

COLWELL,CHASE

07/05/2027

15025080A1

FHP Troop F

COLWELL,CHASE,U

LERARIO

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

# 1 0.211Subject Sample 02:39

2.273Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.190Subject Sample 02:42

2.136Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 3 0.187Subject Sample 02:45

2.214Breath Volume 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 02/22/2026 21:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4102/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:04

Charlotte County SO

HARTMANSTORFER,C

07/05/2027

15025080A1

Charlotte County SO

STEINMETZ,JESSE,L

NATOLI

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:02

# 1 0.213Subject Sample 03:03

2.378Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.212Subject Sample 03:06

2.718Breath Volume 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 02/22/2026 21:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:4502/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:27

Charlotte County SO

WEIHS,K

07/05/2027

15025080A1

Charlotte County SO

HAWTHORNE,OLIVIA,J

DEVENPORT

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.080Control Test 22:13

0.000Air Blank 22:13

# 1 0.072Subject Sample 22:14

2.203Breath Volume 22:14

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.068Subject Sample 22:17

2.445Breath Volume 22:17

0.000Air Blank 22:17

0.080Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 02/22/2026 21:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:0402/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

19:09

Charlotte County SO

PROKUSKI,J

07/05/2027

15025080A1

Charlotte County SO

HAWTHORNE,OLIVIA,J

MCDONALD

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.081Control Test 23:23

0.000Air Blank 23:23

# 1 0.157Subject Sample 23:24

1.355Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.156Subject Sample 23:27

1.117Breath Volume 23:27

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:29

Data Download Date/Time: 02/22/2026 21:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2502/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:06

Charlotte County SO

KUBA,J

07/05/2027

15025080A1

Charlotte County SO

STEINMETZ,J,L

DEC

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.080Control Test 00:50

0.000Air Blank 00:50

# 1 0.084Subject Sample 00:51

3.761Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.085Subject Sample 00:53

2.921Breath Volume 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 02/22/2026 21:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:03:3402/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:32

00:24

Charlotte County SO

WRIGHT,S

07/05/2027

15025080A1

Charlotte County SO

DIAZ,JOHN,

OZTURK

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:57

0.000Air Blank 07:57

0.080Control Test 07:58

0.000Air Blank 07:58

# 1 0.000Subject Sample 07:59

1.906Breath Volume 07:59

0.000Air Blank 07:59

0.000Air Blank 08:01

# 2 0.000Subject Sample 08:02

1.531Breath Volume 08:02

0.000Air Blank 08:02

0.081Control Test 08:02

0.000Air Blank 08:03

OKDiagnostics Check 08:03

Data Download Date/Time: 02/22/2026 21:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:1302/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:40

FHP Troop F

SMYRNIOS,AUSTIN

07/05/2027

15025080A1

FHP Troop F

SMYRNIOS,AUSTIN,W

POWELL

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:21

# 1 0.000Subject Sample 22:22

3.937Breath Volume 22:22

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.000Subject Sample 22:25

5.046Breath Volume 22:25

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:2802/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

21:41

Charlotte County SO

RALDIRIS,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

LEWIS

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

# 1 0.063Subject Sample 00:15

1.898Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.061Subject Sample 00:19

1.644Breath Volume 00:19

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:5602/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:19

Charlotte County SO

WELCH,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

MONN,CLARENCE,

ASHLINE

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

# 1 0.100Subject Sample 04:18

1.328Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.104Subject Sample 04:21

2.558Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:43:4602/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:14

13:55

Charlotte County SO

MILLER,DEP

07/05/2027

15025080A1

Charlotte County SO

COURTNEY,PATRICK,

DICKSON

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:35

0.000Air Blank 15:36

0.080Control Test 15:36

0.000Air Blank 15:37

# 1 0.227Subject Sample 15:38

1.199Breath Volume 15:38

0.000Air Blank 15:38

0.000Air Blank 15:40

# 2 0.239Subject Sample 15:42

1.488Breath Volume 15:42

0.000Air Blank 15:42

0.080Control Test 15:43

0.000Air Blank 15:43

OKDiagnostics Check 15:43

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:1102/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:50

Charlotte County SO

KING,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

BOYD

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.081Control Test 03:47

0.000Air Blank 03:47

# 1 0.199Subject Sample 03:50

1.230Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.189Subject Sample 03:54

1.386Breath Volume 03:54

0.000Air Blank 03:55

0.079Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1002/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:10

Charlotte County SO

COCANOUGER,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

MONN,CLARENCE,

CHAMBERS

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.080Control Test 02:54

0.000Air Blank 02:54

# 1 0.164Subject Sample 02:55

1.617Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.168Subject Sample 02:58

1.394Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:1102/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

03:50

Charlotte County SO

FLORENTINO,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

MONN',CLARENCE,

CASEY

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.081Control Test 04:57

0.000Air Blank 04:57

# 1 0.155Subject Sample 04:58

2.253Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.152Subject Sample 05:02

1.531Breath Volume 05:02

0.000Air Blank 05:03

0.080Control Test 05:03

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:3902/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:26

16:45

Charlotte County SO

TROTTER,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

SCHWOCHO,DEPUTY,

REED

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:46

0.000Air Blank 17:46

0.080Control Test 17:47

0.000Air Blank 17:47

# 1Subject Sample 17:50 No Sample Provided

0.000Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:53

# 2Subject Sample 17:56 No Sample Provided

0.000Breath Volume 17:56

0.000Air Blank 17:56

0.080Control Test 17:57

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:3402/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

15:31

Charlotte County SO

GOODBRED,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

MONN,CLARENCE,

STEWART

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:36

0.080Control Test 18:36

0.000Air Blank 18:36

# 1 0.198Subject Sample 18:37

1.593Breath Volume 18:37

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2 0.172Subject Sample 18:40

1.257Breath Volume 18:40

0.000Air Blank 18:41

0.000Air Blank 18:43

# 3 0.170Subject Sample 18:44

1.710Breath Volume 18:44

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:3302/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:09

Charlotte County SO

TOMLINSON,DEPUTY

07/05/2027

15025080A1

Charlotte County SO

MONN,CLARENCE,

WALKER

01/18/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:56

0.000Air Blank 20:57

0.080Control Test 20:57

0.000Air Blank 20:57

# 1 0.154Subject Sample 20:58

1.707Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.154Subject Sample 21:02

1.597Breath Volume 21:02

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 02/22/2026 21:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:4902/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:06

Charlotte County SO

JORDAN,N

07/05/2027

15025080A1

Charlotte County SO

WILES,MICHAEL,P

PETERSON

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.081Control Test 21:22

0.000Air Blank 21:23

# 1 0.204Subject Sample 21:24

2.476Breath Volume 21:24

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.198Subject Sample 21:27

2.691Breath Volume 21:27

0.000Air Blank 21:27

0.080Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:2502/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:20

Charlotte County SO

GERHART,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

DAVES

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.081Control Test 00:02

0.000Air Blank 00:03

# 1 0.199Subject Sample 00:04

1.113Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.200Subject Sample 00:07

1.593Breath Volume 00:07

0.000Air Blank 00:08

0.080Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4202/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:45

Charlotte County SO

BELCHER,J

07/05/2027

15025080A1

Charlotte County SO

HAWTHORNE,OLIVIA,J

LOGEL

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.080Control Test 01:23

0.000Air Blank 01:24

# 1 0.160Subject Sample 01:27 Volume Not Met

0.781Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.150Subject Sample 01:31

1.960Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 3 0.156Subject Sample 01:36

1.656Breath Volume 01:36

0.000Air Blank 01:36

0.078Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:38:5702/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:09

16:24

Charlotte County SO

MUINA,DEP

07/05/2027

15025080A1

Charlotte County SO

COURTNEY,PATRICK,

KIRATSOULIS

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:33

0.080Control Test 17:33

0.000Air Blank 17:33

# 1 0.045Subject Sample 17:34

2.042Breath Volume 17:34

0.000Air Blank 17:34

0.000Air Blank 17:36

# 2 0.044Subject Sample 17:37

2.492Breath Volume 17:37

0.000Air Blank 17:38

0.080Control Test 17:38

0.000Air Blank 17:38

OKDiagnostics Check 17:38

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:0302/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:17

Charlotte County SO

MENDELSOHN,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

JENKINS

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

# 1 0.125Subject Sample 20:27

1.640Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:29

# 2 0.131Subject Sample 20:30

1.980Breath Volume 20:30

0.000Air Blank 20:31

0.080Control Test 20:31

0.000Air Blank 20:31

OKDiagnostics Check 20:32

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:4402/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

19:55

Charlotte County SO

MAYFIELD,DFC

07/05/2027

15025080A1

Charlotte County SO

WALDROP,P,

AGUILAR

02/22/2026

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

# 1 0.141Subject Sample 21:59

1.195Breath Volume 21:59

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.143Subject Sample 22:02

2.156Breath Volume 22:02

0.000Air Blank 22:02

0.080Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 03/29/2026 19:12

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:0102/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:17

Palm Beach County SO

BARRERAS,KIMERLY

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

REYES AVILA

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:31

# 1 0.197Subject Sample 21:32

1.101Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.220Subject Sample 21:35

2.109Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 3 0.222Subject Sample 21:39

2.292Breath Volume 21:39

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:41

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:3402/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:22

Palm Beach County SO

NOEL,KENNETH

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

TIBURCIO

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

# 1 0.185Subject Sample 03:16

2.273Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.192Subject Sample 03:18

2.226Breath Volume 03:18

0.000Air Blank 03:19

0.082Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:23:2102/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

12:34

Palm Beach County SO

MATLOCK,JEREMY

09/05/2027

19825080A2

Boynton Beach PD

BELL,JOSHUA,J

SERRANO LOPEZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:15

0.000Air Blank 14:15

0.080Control Test 14:15

0.000Air Blank 14:16

# 1 0.178Subject Sample 14:17

1.652Breath Volume 14:17

0.000Air Blank 14:17

0.000Air Blank 14:19

# 2 0.169Subject Sample 14:21

1.828Breath Volume 14:21

0.000Air Blank 14:22

0.079Control Test 14:22

0.000Air Blank 14:23

OKDiagnostics Check 14:23

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:1502/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:18

16:13

Palm Beach County SO

RAMOS,MATTHEW

09/05/2027

19825080A2

Jupiter PD

RAGIN,RENEE,M

RAMOS PEREZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:01

0.000Air Blank 18:01

0.080Control Test 18:01

0.000Air Blank 18:02

# 1Subject Sample 18:04 Subject Test Refused

0.066Breath Volume 18:04

0.000Air Blank 18:05

0.080Control Test 18:05

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:4302/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:06

Palm Beach County SO

BARRERAS,KIMBERLY

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

XUNCAX

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.079Control Test 21:11

0.000Air Blank 21:11

# 1 0.320Subject Sample 21:13

2.488Breath Volume 21:13

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.315Subject Sample 21:16

2.167Breath Volume 21:16

0.000Air Blank 21:16

0.078Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:5602/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:42

Palm Beach County SO

ESCARAN,LESTER

09/05/2027

19825080A2

Palm Beach County SO

STEPHENS,TIA,L

MICHEL

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.080Control Test 23:48

0.000Air Blank 23:48

# 1 0.217Subject Sample 23:49

2.015Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.222Subject Sample 23:52

1.566Breath Volume 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:3802/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:00

Palm Beach County SO

SENTMANAT,ADOLFO

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

BELL

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

# 1 0.009Subject Sample 02:12

2.406Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.009Subject Sample 02:15

2.441Breath Volume 02:15

0.000Air Blank 02:15

0.080Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:5802/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:44

Palm Beach County SO

DITOMMASO,CHRISTIAN

09/05/2027

19825080A2

Jupiter PD

STEPHENS,TIA,L

TRUDEAU

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.081Control Test 04:44

0.000Air Blank 04:45

# 1 0.110Subject Sample 04:46

2.699Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:48

# 2 0.114Subject Sample 04:49

2.914Breath Volume 04:49

0.000Air Blank 04:50

0.080Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:46:4802/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:13

17:42

Palm Beach County SO

SENTMANAT,ADOLFO

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

BELL

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.080Control Test 18:41

0.000Air Blank 18:42

# 1 0.000Subject Sample 18:42

3.378Breath Volume 18:42

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.000Subject Sample 18:45

3.042Breath Volume 18:45

0.000Air Blank 18:45

0.081Control Test 18:46

0.000Air Blank 18:46

OKDiagnostics Check 18:46

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:0102/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:39

18:17

Palm Beach County SO

STERLING,JUSTIN

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

BUGAYONG

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:03

0.000Air Blank 19:03

0.080Control Test 19:03

0.000Air Blank 19:04

# 1 0.154Subject Sample 19:05

2.406Breath Volume 19:05

0.000Air Blank 19:06

0.000Air Blank 19:07

# 2 0.155Subject Sample 19:08

2.332Breath Volume 19:08

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:09

OKDiagnostics Check 19:10

Data Download Date/Time: 03/13/2026 16:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2602/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:38

Palm Beach County SO

NOEL,KENNETH

09/05/2027

19825080A2

Palm Beach County SO

O'NEAL,SHARI,L

ANDRES RAYMUNDO

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.080Control Test 22:39

0.000Air Blank 22:39

# 1 0.235Subject Sample 22:39

1.703Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.232Subject Sample 22:42

1.996Breath Volume 22:42

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:4302/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:34

Palm Beach County SO

ALEXIS,VLADIMIR

09/05/2027

19825080A2

Boynton Beach PD

RAGIN,RENEE,M

MOUSINHO

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

# 1Subject Sample 23:27 Subject Test Refused

0.000Breath Volume 23:27

0.000Air Blank 23:27

0.080Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:3602/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:58

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

O'NEAL,SHARI,L

WINT

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

# 1 0.064Subject Sample 04:43

1.921Breath Volume 04:43

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.066Subject Sample 04:46

1.656Breath Volume 04:46

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:5002/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:24

17:39

Palm Beach County SO

CISSON,JACKIE

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

ROS HERNANDEZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.081Control Test 19:02

0.000Air Blank 19:02

# 1 0.199Subject Sample 19:03

1.632Breath Volume 19:03

0.000Air Blank 19:04

0.000Air Blank 19:05

# 2 0.199Subject Sample 19:07

1.839Breath Volume 19:07

0.000Air Blank 19:07

0.079Control Test 19:08

0.000Air Blank 19:08

OKDiagnostics Check 19:08

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:5302/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:50

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

CELA

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.081Control Test 20:38

0.000Air Blank 20:38

# 1 0.094Subject Sample 20:39

1.707Breath Volume 20:39

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.094Subject Sample 20:42

2.589Breath Volume 20:42

0.000Air Blank 20:42

0.080Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:05:1402/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:07

09:10

Palm Beach County SO

SIMPSON,MARK

09/05/2027

19825080A2

Palm Beach County SO

BELL,JOSHUA,J

FELICIANO

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:58

0.000Air Blank 10:58

0.080Control Test 10:59

0.000Air Blank 10:59

# 1 0.229Subject Sample 11:00

1.855Breath Volume 11:00

0.000Air Blank 11:01

0.000Air Blank 11:03

# 2 0.240Subject Sample 11:03

1.910Breath Volume 11:03

0.000Air Blank 11:04

0.079Control Test 11:04

0.000Air Blank 11:05

OKDiagnostics Check 11:05

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:1802/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:50

Palm Beach County SO

LONDONO,JULIAN

09/05/2027

19825080A2

Boynton Beach PD

RAGIN,RENEE,M

DIETZ

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

# 1 0.189Subject Sample 22:31

1.914Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.181Subject Sample 22:34

2.074Breath Volume 22:34

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:4502/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:02

Palm Beach County SO

AGAOGLU,YASEMIN

09/05/2027

19825080A2

Palm Beach County SO

STEPHENS,TIA,L

TRIPP

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

# 1 0.140Subject Sample 01:56

1.988Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.140Subject Sample 01:59

2.882Breath Volume 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:4502/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:55

Palm Beach County SO

ESCARAN,LESTER

09/05/2027

19825080A2

Palm Beach County SO

STEPHENS,TIA,L

KILPATRICK

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:52

# 1 0.144Subject Sample 03:53

2.527Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.142Subject Sample 03:56

1.636Breath Volume 03:56

0.000Air Blank 03:56

0.080Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:3502/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:52

Palm Beach County SO

CARTEE,JESSICA

09/05/2027

19825080A2

Delray Beach PD

LEAHEY,THOMAS,H

LOCKETT

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

# 1 0.153Subject Sample 00:51

2.039Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.152Subject Sample 00:54

1.816Breath Volume 00:54

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:4502/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:11

Palm Beach County SO

ALSTON,DEVIN

09/05/2027

19825080A2

FHP Troop L

BELL,JOSHUA,J

SORRENTINO

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

# 1 0.143Subject Sample 01:08

1.300Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.152Subject Sample 01:11

2.515Breath Volume 01:11

0.000Air Blank 01:11

0.081Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:5602/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:18

Palm Beach County SO

KILROY,JOHN

09/05/2027

19825080A2

Boynton Beach PD

LEAHEY,THOMAS,H

SAYE

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.080Control Test 04:12

0.000Air Blank 04:12

# 1 0.132Subject Sample 04:13

1.167Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:15

# 2 0.132Subject Sample 04:16

1.714Breath Volume 04:16

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:0102/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

16:51

Palm Beach County SO

NOEL,KENNETH

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

JAFFE

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.080Control Test 18:22

0.000Air Blank 18:23

# 1 0.088Subject Sample 18:23

1.281Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.086Subject Sample 18:26

1.214Breath Volume 18:26

0.000Air Blank 18:27

0.080Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:28

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:1602/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

17:12

Palm Beach County SO

LARRABEE,JONATHAN

09/05/2027

19825080A2

FL Atlantic UPD

LEAHEY,THOMAS,H

BROWN

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:57

0.000Air Blank 18:58

0.080Control Test 18:58

0.000Air Blank 18:58

# 1 0.189Subject Sample 19:02 Volume Not Met

0.117Breath Volume 19:02

0.000Air Blank 19:02

0.000Air Blank 19:04

# 2 0.198Subject Sample 19:07 Volume Not Met

0.132Breath Volume 19:07

0.000Air Blank 19:08

0.079Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:5302/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

23:33

Palm Beach County SO

HEFTY,DAVID

09/05/2027

19825080A2

Delray Beach PD

LEAHEY,THOMAS,H

POUND

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:47

# 1 0.153Subject Sample 00:48

1.921Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:50

# 2 0.157Subject Sample 00:51

2.085Breath Volume 00:51

0.000Air Blank 00:51

0.081Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:16:0902/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:40

07:33

Palm Beach County SO

HLUCH,MARIO

09/05/2027

19825080A2

Palm Beach PD

BELL,JOSHUA,J

OCON

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:08

0.000Air Blank 09:09

0.081Control Test 09:09

0.000Air Blank 09:09

# 1 0.066Subject Sample 09:11

2.082Breath Volume 09:11

0.000Air Blank 09:11

0.000Air Blank 09:13

# 2 0.065Subject Sample 09:14

3.003Breath Volume 09:14

0.000Air Blank 09:15

0.080Control Test 09:15

0.000Air Blank 09:16

OKDiagnostics Check 09:16

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:3002/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:41

17:10

Palm Beach County SO

BLASCO,LUIS

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

NORRIS

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:28

0.081Control Test 18:29

0.000Air Blank 18:29

# 1 0.140Subject Sample 18:32 Volume Not Met

0.160Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:35

# 2 0.245Subject Sample 18:35

3.054Breath Volume 18:35

0.000Air Blank 18:36

0.000Air Blank 18:38

# 3 0.252Subject Sample 18:38

2.773Breath Volume 18:38

0.000Air Blank 18:39

0.080Control Test 18:39

0.000Air Blank 18:40

OKDiagnostics Check 18:40

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:3702/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:16

19:02

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

LEAHEY,THOMAS,H

VELASQUES

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.081Control Test 19:41

0.000Air Blank 19:41

# 1 0.212Subject Sample 19:42

1.695Breath Volume 19:42

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.230Subject Sample 19:45

2.796Breath Volume 19:45

0.000Air Blank 19:45

0.081Control Test 19:46

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:5902/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:11

Palm Beach County SO

VALENCIA,IVAN

09/05/2027

19825080A2

FHP Troop L

BELL,JOSHUA,J

GONZALEZ LEAL

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.081Control Test 00:23

0.000Air Blank 00:23

# 1 0.249Subject Sample 00:24

1.625Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:26

# 2 0.249Subject Sample 00:27

1.746Breath Volume 00:27

0.000Air Blank 00:28

0.081Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:3902/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:28

Palm Beach County SO

HECTOR,BRADY

09/05/2027

19825080A2

Boynton Beach PD

RAGIN,RENEE,M

SOULE

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.109Subject Sample 02:23

1.871Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.107Subject Sample 02:26

1.777Breath Volume 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5402/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:04

Palm Beach County SO

TORRES,PAUL

09/05/2027

19825080A2

FHP Troop L

MILLER,THOMASINA,E

NOCELLA

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.058Subject Sample 02:28

1.839Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.056Subject Sample 02:31

1.812Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1702/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:32

Palm Beach County SO

WARD,CHRISTOPHER

09/05/2027

19825080A2

Palm Beach County SO

RAGIN,RENEE,M

TORANZO MENDOZA

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

# 1 0.000Subject Sample 23:44

2.742Breath Volume 23:44

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.000Subject Sample 23:46

2.632Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:3202/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:54

Palm Beach County SO

WHITE,EDWARD

09/05/2027

19825080A2

Palm Beach County SO

STEPHENS,TIA,L

APPLEGATE

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:12

# 1 0.200Subject Sample 00:15

3.718Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.198Subject Sample 00:17

3.808Breath Volume 00:17

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001741CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:2502/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:09

Palm Beach County SO

MELLERS,KEVIN

09/05/2027

19825080A2

Palm Beach County SO

GONZALEZ,MADELIN,

LANE

02/13/2026

8100.27

PALM BEACH COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.080Control Test 01:09

0.000Air Blank 01:09

# 1 0.000Subject Sample 01:10

1.746Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.000Subject Sample 01:13

2.277Breath Volume 01:13

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 03/13/2026 16:09

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0802/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:06

FHP Troop F

LEDFORD,TAYLOR

08/13/2028

403419188

FHP Troop F

LEDFORD,TAYLOR,M

GOMEZ

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:11

0.000Air Blank 23:11

# 1 0.244Subject Sample 23:12

2.679Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.237Subject Sample 23:15

2.625Breath Volume 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 02/16/2026 13:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:4902/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:48

16:38

Manatee County SO

WEAVER,SEAN

08/13/2028

403419188

Manatee County SO

WEAVER,SEAN,P

CALCATERRA

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:09

0.000Air Blank 19:09

0.080Control Test 19:09

0.000Air Blank 19:10

# 1 0.000Subject Sample 19:11

2.953Breath Volume 19:11

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.000Subject Sample 19:14

2.152Breath Volume 19:14

0.000Air Blank 19:14

0.080Control Test 19:15

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 02/16/2026 13:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:3502/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:27

FHP Troop F

LEDFORD,TAYLOR

08/13/2028

403419188

FHP Troop F

LEDFORD,TAYLOR,M

KOVACH

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.077Control Test 01:07

0.000Air Blank 01:08

# 1 0.171Subject Sample 01:08

3.398Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.166Subject Sample 01:11

2.363Breath Volume 01:11

0.000Air Blank 01:12

0.077Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 02/16/2026 13:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:0802/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

21:51

FHP Troop F

OGDON,QUINLAN

08/13/2028

403419188

FHP Troop F

OGDON,QUINLAN,M

PONTOON

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

# 1 0.155Subject Sample 23:06

1.609Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:08

# 2 0.149Subject Sample 23:09

2.027Breath Volume 23:09

0.000Air Blank 23:10

0.079Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 02/16/2026 13:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:2502/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:31

FHP Troop F

LEDFORD,TAYLOR

08/13/2028

403419188

FHP Troop F

LEDFORD,TAYLOR,M

ESCALANTE PABLO

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.077Control Test 21:32

0.000Air Blank 21:33

# 1 0.151Subject Sample 21:34

1.179Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.136Subject Sample 21:37

1.148Breath Volume 21:37

0.000Air Blank 21:38

0.076Control Test 21:38

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 02/16/2026 13:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:1302/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:59

FHP Troop F

LEDFORD,TAYLOR

08/13/2028

403419188

FHP Troop F

LEDFORD,TAYLOR,M

BAIRD

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.078Control Test 01:46

0.000Air Blank 01:46

# 1 0.269Subject Sample 01:47

1.937Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.269Subject Sample 01:50

1.585Breath Volume 01:50

0.000Air Blank 01:51

0.078Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 02/16/2026 13:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:4902/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:32

Manatee County SO

HERNANDEZ,WILFREDO

08/13/2028

403419188

Manatee County SO

HERNANDEZ,WILFREDO,J

BECERRA VILLEGAS

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:37

# 1 0.190Subject Sample 04:38

1.398Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.187Subject Sample 04:41

1.597Breath Volume 04:41

0.000Air Blank 04:42

0.077Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 02/16/2026 13:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:3802/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:51

Palmetto PD

WEAVER,N

08/13/2028

403419188

Palmetto PD

WEAVER,N,

EICKHOLT

01/12/2026

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.079Control Test 22:49

0.000Air Blank 22:50

# 1 0.205Subject Sample 22:50

1.363Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.202Subject Sample 22:53

1.121Breath Volume 22:53

0.000Air Blank 22:54

0.077Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 02/16/2026 13:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:5502/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:14

New Smyrna Beach PD

CASTELLANO,VINCENT

10/05/2027

23725080A1

Edgewater PD

PHILLIPS,JAMES,E

WELTON

01/27/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

Air Blank 22:05 RFI Detect

0.000Air Blank 22:05

Data Download Date/Time: 02/12/2026 07:01

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:5502/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:14

New Smyrna Beach PD

CASTELLANO,VINCENT

10/05/2027

23725080A1

Edgewater PD

PHILLIPS,JAMES,E

WELTON

01/27/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.081Control Test 22:09

0.000Air Blank 22:10

# 1 0.091Subject Sample 22:11

2.453Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.084Subject Sample 22:14

1.910Breath Volume 22:14

0.000Air Blank 22:14

0.081Control Test 22:15

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 02/12/2026 07:01

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:05:3502/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

12:59

New Smyrna Beach PD

DIAMOND,SCOTT

10/05/2027

23725080A1

New Smyrna Beach PD

HUNNEFELD,RALPH,A

BURNS

01/27/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:58

0.000Air Blank 13:59

0.081Control Test 13:59

0.000Air Blank 14:00

# 1 0.069Subject Sample 14:01

2.984Breath Volume 14:01

0.000Air Blank 14:01

0.000Air Blank 14:03

# 2 0.065Subject Sample 14:03

3.296Breath Volume 14:03

0.000Air Blank 14:04

0.081Control Test 14:04

0.000Air Blank 14:05

OKDiagnostics Check 14:05

Data Download Date/Time: 02/12/2026 07:01

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:2402/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

19:15

Edgewater PD

SWEENEY,PARKER

10/05/2027

23725080A1

Edgewater PD

SWEENEY,PARKER,L

WHITNEY

01/27/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:07

0.000Air Blank 20:08

0.081Control Test 20:08

0.000Air Blank 20:09

# 1 0.086Subject Sample 20:09

1.914Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.082Subject Sample 20:12

2.363Breath Volume 20:12

0.000Air Blank 20:13

0.081Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 02/12/2026 07:01

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:5702/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:51

New Smyrna Beach PD

RAHN,MAXWELL

10/05/2027

23725080A1

New Smyrna Beach PD

PHILLIPS,JAMES,E

PEUGH

01/27/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.167Subject Sample 03:22

3.324Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.180Subject Sample 03:26

3.156Breath Volume 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 02/12/2026 07:01

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3802/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:56

New Smyrna Beach PD

RAHN,MAXWELL

10/05/2027

23725080A1

New Smyrna Beach PD

PHILLIPS,JAMES,E

HANSEN

02/11/2026

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:57

# 1 0.213Subject Sample 02:58

2.523Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.210Subject Sample 03:01

1.457Breath Volume 03:01

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 03/29/2026 09:45

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:3302/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:51

Miami Beach PD

FAIRFIELD,CODY

10/12/2026

402872586

Miami Beach PD

GARRIDO,JEYNY,S

MONTES DE OCA

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.077Control Test 04:26

0.000Air Blank 04:26

# 1 0.032Subject Sample 04:27

1.816Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.035Subject Sample 04:30

1.980Breath Volume 04:30

0.000Air Blank 04:30

0.077Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:1102/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:33

Miami Beach PD

VELIZ,EDWARD

10/12/2026

402872586

Miami Beach PD

MAURE-CASCARET,RENATO,A

CLEMENTS

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.077Control Test 20:33

0.000Air Blank 20:34

# 1Subject Sample 20:34 Subject Test Refused

0.000Breath Volume 20:34

0.000Air Blank 20:35

0.077Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:4402/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

18:20

Miami Beach PD

GOMEZ,RAFAEL

10/12/2026

402872586

Surfside PD

MAURE-CASCARET,RENATO,A

RESZKOWSKI

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.077Control Test 20:39

0.000Air Blank 20:39

# 1 0.205Subject Sample 20:40

2.152Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.205Subject Sample 20:43

2.601Breath Volume 20:43

0.000Air Blank 20:43

0.076Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:0102/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:25

Miami Beach PD

SANCHEZ,ANAHI

10/12/2026

402872586

Miami Beach PD

BROWN-
ROSQUETE,STEPHANNE,J

LOPEZ ALONZA

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.077Control Test 05:16

0.000Air Blank 05:17

# 1 0.172Subject Sample 05:17

1.816Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.167Subject Sample 05:20

1.824Breath Volume 05:20

0.000Air Blank 05:21

0.075Control Test 05:21

0.000Air Blank 05:21

OKDiagnostics Check 05:22

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:2202/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:11

Miami Beach PD

SANCHEZ,ANAHI

10/12/2026

402872586

Miami Beach PD

BROWN-
ROSQUETE,STEPHANNE,J

ORTIZ SANTOS

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:00

0.000Air Blank 06:00

0.077Control Test 06:01

0.000Air Blank 06:01

# 1 0.154Subject Sample 06:02

2.015Breath Volume 06:02

0.000Air Blank 06:03

0.000Air Blank 06:05

# 2 0.160Subject Sample 06:05

1.890Breath Volume 06:05

0.000Air Blank 06:06

0.076Control Test 06:06

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:1102/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

22:00

Miami Beach PD

OLAYA,K

10/12/2026

402872586

Miami Beach PD

CARDOSO,MARCOS,

JIMENEZ SIVIRA

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.077Control Test 22:51

0.000Air Blank 22:52

# 1 0.174Subject Sample 22:52

1.933Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.172Subject Sample 22:55

1.246Breath Volume 22:55

0.000Air Blank 22:56

0.076Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:0802/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:41

18:20

Miami Beach PD

CAVERO,SARAH

10/12/2026

402872586

Miami Beach PD

KAZARYAN,LILIT,

LOPEZCONSTANTE

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:21

0.078Control Test 19:21

0.000Air Blank 19:22

# 1Subject Sample 19:22 Subject Test Refused

0.000Breath Volume 19:22

0.000Air Blank 19:23

0.078Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:5402/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:40

Miami Beach PD

NOA,MICHAEL

10/12/2026

402872586

Miami Beach PD

CREWS,CURTIS,L

BRANDON

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.077Control Test 00:28

0.000Air Blank 00:28

# 1Subject Sample 00:31 No Sample Provided

0.000Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:5402/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:46

Miami Beach PD

MAURE-CASCARET,RENATO

10/12/2026

402872586

Miami Beach PD

MAURE-CASCARET,RENATO,A

URBINA VILLARROEL

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.077Control Test 22:38

0.000Air Blank 22:38

# 1 0.173Subject Sample 22:39

1.226Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.170Subject Sample 22:42

1.167Breath Volume 22:42

0.000Air Blank 22:43

0.077Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 03/26/2026 14:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3802/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:56

OTHER Local

HALL,RASHAUN

03/25/2027

403005538

OTHER Local

HALL,RASHAUN,K

ANACREON

01/29/2026

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.082Control Test 02:28

0.000Air Blank 02:29

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.082Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 02/02/2026 10:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:3402/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:26

Tallahassee PD

ROY,GARY

12/05/2026

31124080A2

Tallahassee PD

ROY,GARY,A

CAPPS

01/21/2026

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.082Control Test 20:52

0.000Air Blank 20:52

# 1 0.050Subject Sample 20:54

2.085Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.046Subject Sample 20:58

2.292Breath Volume 20:58

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 02/12/2026 15:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:5902/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:12

Miami Beach PD

MARTINEZ,M

12/02/2027

403207508

Miami Beach PD

TUCCI,JOSE,F

VIDAL

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.080Control Test 19:40

0.000Air Blank 19:41

# 1Subject Sample 19:42 RFI Detect

0.000Breath Volume 19:42

0.000Air Blank 19:43

0.080Control Test 19:43

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 03/26/2026 14:22

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:2502/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:12

Miami Beach PD

MARTINEZ,M

12/02/2027

403207508

Miami Beach PD

TUCCI,JOSE,F

VIDAL

02/12/2026

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.080Control Test 19:47

0.000Air Blank 19:47

# 1Subject Sample 19:48 Subject Test Refused

0.000Breath Volume 19:48

0.000Air Blank 19:48

0.080Control Test 19:48

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 03/26/2026 14:22

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:1602/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:28

Hillsborough Co SO

ACEVEDO,J

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

WEBB

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.081Control Test 01:11

0.000Air Blank 01:11

# 1 0.247Subject Sample 01:13

2.824Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.246Subject Sample 01:16

3.640Breath Volume 01:16

0.000Air Blank 01:17

0.079Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:1102/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:01

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

THILMONY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

# 1 0.223Subject Sample 01:54

3.542Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.230Subject Sample 01:57

3.164Breath Volume 01:57

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:0302/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:45

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

MORRIS

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

# 1 0.144Subject Sample 02:36

2.117Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.131Subject Sample 02:39

1.273Breath Volume 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:41

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:1502/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:37

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

BRAMWELL

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.081Control Test 04:35

0.000Air Blank 04:35

# 1 0.243Subject Sample 04:38

1.250Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.249Subject Sample 04:43

1.414Breath Volume 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:5302/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

05:09

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

CASANOVA

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

# 1 0.227Subject Sample 05:54

2.031Breath Volume 05:54

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.231Subject Sample 05:57

1.828Breath Volume 05:57

0.000Air Blank 05:57

0.080Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:3802/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:59

Hillsborough Co SO

FUQUA,A

03/05/2027

04125080A6

FHP Troop C

IRRIZARY,KATTIE,D

HOSSAIN

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:05

0.000Air Blank 18:05

0.081Control Test 18:06

0.000Air Blank 18:06

# 1 0.295Subject Sample 18:07

2.320Breath Volume 18:07

0.000Air Blank 18:08

0.000Air Blank 18:10

# 2 0.289Subject Sample 18:11

2.023Breath Volume 18:11

0.000Air Blank 18:11

0.080Control Test 18:12

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:5202/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

19:58

Hillsborough Co SO

MARACOLA,D

03/05/2027

04125080A6

FHP Troop C

KLEIN,ETHAN,H

BREAUX

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.081Control Test 21:09

0.000Air Blank 21:09

# 1Subject Sample 21:12 No Sample Provided

0.000Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2Subject Sample 21:17 Subject Test Refused

0.113Breath Volume 21:17

0.000Air Blank 21:17

0.080Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:0802/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:39

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

HERNANDEZ COLLAZO

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1 0.182Subject Sample 01:42

2.222Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.172Subject Sample 01:45

2.210Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2402/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:14

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

KLEIN,ETHAN,H

SAAB

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.081Control Test 02:09

0.000Air Blank 02:09

# 1 0.000Subject Sample 02:10

2.242Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.000Subject Sample 02:13

2.332Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:1002/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:40

Hillsborough Co SO

SUAREZ,O

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

ESCOBAR MARTINEZ

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

# 1 0.160Subject Sample 02:29

1.152Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.163Subject Sample 02:32

1.855Breath Volume 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:0002/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:21

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

STEPNEY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:24

0.081Control Test 05:25

0.000Air Blank 05:25

# 1 0.181Subject Sample 05:26

1.128Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:28

# 2 0.197Subject Sample 05:29

2.414Breath Volume 05:29

0.000Air Blank 05:30

0.080Control Test 05:30

0.000Air Blank 05:30

OKDiagnostics Check 05:31

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:50:2202/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:19

16:14

Hillsborough Co SO

SANTIAGO,P

03/05/2027

04125080A6

Plant City PD

ORTEGA,JESSICA,M

GARCIA SOTO

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:39

0.000Air Blank 17:39

0.081Control Test 17:40

0.000Air Blank 17:40

# 1 0.205Subject Sample 17:43 Volume Not Met

0.199Breath Volume 17:43

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2Subject Sample 17:48 Subject Test Refused

0.019Breath Volume 17:48

0.000Air Blank 17:49

0.080Control Test 17:49

0.000Air Blank 17:50

OKDiagnostics Check 17:50

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:1102/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:00

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

SERRANO

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.081Control Test 01:40

0.000Air Blank 01:40

# 1 0.000Subject Sample 01:40

2.132Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.000Subject Sample 01:43

1.953Breath Volume 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:4202/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:46

16:37

Hillsborough Co SO

RICHARDSON,G

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

GEIER

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:08

0.000Air Blank 18:09

0.081Control Test 18:09

0.000Air Blank 18:09

# 1Subject Sample 18:11 Subject Test Refused

0.000Breath Volume 18:11

0.000Air Blank 18:11

0.081Control Test 18:12

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:4202/04/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:05

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

COSTER

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

# 1 0.079Subject Sample 01:55

2.449Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.082Subject Sample 01:58

3.187Breath Volume 01:58

0.000Air Blank 01:58

0.080Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:4402/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

23:56

Hillsborough Co SO

GIBBINS,M

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

BRYANT

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

# 1 0.021Subject Sample 00:44

2.390Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.020Subject Sample 00:47

1.808Breath Volume 00:47

0.000Air Blank 00:47

0.080Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4702/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

22:49

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

MONTGOMERY,ALECIA,L

WENDEL

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1 0.111Subject Sample 04:27

1.621Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.093Subject Sample 04:30

1.335Breath Volume 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5002/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

00:52

00:31

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

STUDIVANT

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

# 1 0.130Subject Sample 01:14

1.480Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.134Subject Sample 01:17

1.652Breath Volume 01:17

0.000Air Blank 01:17

0.080Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:5702/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:46

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

SMITH

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.080Control Test 02:50

0.000Air Blank 02:50

# 1 0.125Subject Sample 02:51

1.812Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.124Subject Sample 02:54

1.777Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1402/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:21

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

MASTERSON

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

# 1 0.132Subject Sample 03:07

1.574Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:09

# 2 0.125Subject Sample 03:10

1.335Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4902/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:13

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

VALLE ARTEAGA

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.081Control Test 03:57

0.000Air Blank 03:57

# 1 0.127Subject Sample 03:58

1.855Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.128Subject Sample 04:02

1.957Breath Volume 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:0602/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:16

18:49

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

JOHNSON

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:36

0.000Air Blank 19:37

0.081Control Test 19:37

0.000Air Blank 19:37

# 1 0.116Subject Sample 19:38

2.156Breath Volume 19:38

0.000Air Blank 19:39

0.000Air Blank 19:40

# 2 0.116Subject Sample 19:41

1.621Breath Volume 19:41

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 02/12/2026 12:56

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0902/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:52

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

THERATTIL

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:34 No Sample Provided

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:2502/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:28

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

MARTINEZ

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.080Control Test 04:28

0.000Air Blank 04:28

# 1 0.145Subject Sample 04:29

2.453Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.135Subject Sample 04:32

1.644Breath Volume 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:5502/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

04:00

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

PEARCE

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

# 1 0.184Subject Sample 04:57

2.230Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.182Subject Sample 05:01

2.207Breath Volume 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:39:5602/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:09

02:10

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

PARK

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:31

0.000Air Blank 07:32

0.079Control Test 07:32

0.000Air Blank 07:33

# 1 0.150Subject Sample 07:34

1.660Breath Volume 07:34

0.000Air Blank 07:34

0.000Air Blank 07:36

# 2 0.157Subject Sample 07:38

2.132Breath Volume 07:38

0.000Air Blank 07:39

0.078Control Test 07:39

0.000Air Blank 07:39

OKDiagnostics Check 07:39

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1802/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:08

Hillsborough Co SO

BLANCHARD,J

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

RAMOS SOTOMAYER

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.081Control Test 00:51

0.000Air Blank 00:52

# 1 0.201Subject Sample 00:52

2.148Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.191Subject Sample 00:55

1.378Breath Volume 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4402/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:35

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GRIFFIN JR

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:33

# 1 0.153Subject Sample 01:36

1.292Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.156Subject Sample 01:40

1.562Breath Volume 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1702/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:28

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

BURKHARDT

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.079Control Test 02:01

0.000Air Blank 02:01

# 1 0.195Subject Sample 02:02

3.589Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.198Subject Sample 02:05

2.132Breath Volume 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2702/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:19

Hillsborough Co SO

ACEVEDO,J

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

ENNALS

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

# 1 0.165Subject Sample 02:12

2.062Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.154Subject Sample 02:15

1.734Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:5202/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:29

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

BROWN

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.081Control Test 04:32

0.000Air Blank 04:32

# 1 0.096Subject Sample 04:34

1.199Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.091Subject Sample 04:37

1.433Breath Volume 04:37

0.000Air Blank 04:37

0.080Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:4902/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:59

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

RODRIGUEZ

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.081Control Test 20:55

0.000Air Blank 20:56

# 1 0.171Subject Sample 20:57

1.199Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 20:59

# 2 0.152Subject Sample 21:00

1.355Breath Volume 21:00

0.000Air Blank 21:00

0.079Control Test 21:01

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:2602/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:05

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

TERNES

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:55

# 1 0.108Subject Sample 22:57

1.273Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.100Subject Sample 23:01

1.386Breath Volume 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:5202/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:50

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

NAZARIO

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.081Control Test 23:32

0.000Air Blank 23:32

# 1 0.099Subject Sample 23:33

1.804Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.099Subject Sample 23:37

1.957Breath Volume 23:37

0.000Air Blank 23:37

0.080Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0002/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:51

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

SMITHEY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:32

# 1 0.044Subject Sample 01:34

2.617Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:36

# 2 0.041Subject Sample 01:37

2.703Breath Volume 01:37

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:39

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:4702/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

05:06

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

MILEY

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.081Control Test 05:52

0.000Air Blank 05:53

# 1 0.158Subject Sample 05:54

3.378Breath Volume 05:54

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.158Subject Sample 05:57

3.410Breath Volume 05:57

0.000Air Blank 05:57

0.079Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4402/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

20:54

Hillsborough Co SO

EHRHART,R

03/05/2027

04125080A6

FHP Troop C

YUMAN ROMERO,ANGIE,A

MEYER

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1 0.245Subject Sample 21:51

1.644Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.240Subject Sample 21:54

1.476Breath Volume 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:4102/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:04

Hillsborough Co SO

BURKE,B

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

LARUE

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:13

# 1 0.243Subject Sample 23:15

3.648Breath Volume 23:15

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.238Subject Sample 23:18

3.167Breath Volume 23:18

0.000Air Blank 23:18

0.079Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:1202/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:11

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

MORENO PENA

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

# 1 0.158Subject Sample 00:56

1.542Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.165Subject Sample 00:59

2.878Breath Volume 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1702/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:49

Hillsborough Co SO

ST. WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

JANVIER

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

# 1 0.242Subject Sample 01:45 Volume Not Met

0.492Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:47

# 2 0.260Subject Sample 01:48

1.371Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 3 0.269Subject Sample 01:52

2.191Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:3802/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

19:59

Hillsborough Co SO

JACOBS,D

03/05/2027

04125080A6

FHP Troop C

WALKINS,KEYANNA,A

ANDREWS

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.080Control Test 20:59

0.000Air Blank 20:59

# 1 0.098Subject Sample 21:00

2.656Breath Volume 21:00

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.095Subject Sample 21:03

2.027Breath Volume 21:03

0.000Air Blank 21:03

0.080Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:2202/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:19

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

SIMON

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.081Control Test 00:01

0.000Air Blank 00:02

# 1 0.146Subject Sample 00:02

1.960Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.152Subject Sample 00:05

2.425Breath Volume 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:2502/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

01:05

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

JOHNSON

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.081Control Test 01:26

0.000Air Blank 01:26

# 1 0.000Subject Sample 01:26

1.824Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.000Subject Sample 01:30

1.367Breath Volume 01:30

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:2802/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:30

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

MARTINEZ

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:15

0.000Air Blank 21:16

0.080Control Test 21:16

0.000Air Blank 21:17

# 1 0.228Subject Sample 21:17

2.097Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.230Subject Sample 21:20

2.828Breath Volume 21:20

0.000Air Blank 21:21

0.079Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 02/12/2026 12:57

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:5402/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:29

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

DIAZ

01/15/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

# 1 0.159Subject Sample 02:11

1.941Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2 0.156Subject Sample 02:14

1.335Breath Volume 02:14

0.000Air Blank 02:14

0.078Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 02/12/2026 12:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:0002/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:16

Hillsborough Co SO

HALL,K

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

PIREZ DE DIOS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:05

# 1 0.136Subject Sample 21:07

1.941Breath Volume 21:07

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.126Subject Sample 21:10

1.519Breath Volume 21:10

0.000Air Blank 21:11

0.078Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:12

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:3402/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:54

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BASS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:58

0.079Control Test 21:58

0.000Air Blank 21:59

# 1 0.127Subject Sample 22:00

2.714Breath Volume 22:00

0.000Air Blank 22:00

0.000Air Blank 22:02

# 2 0.119Subject Sample 22:03

3.058Breath Volume 22:03

0.000Air Blank 22:03

0.078Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:5402/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:18

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

WAVROCK

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.078Control Test 23:23

0.000Air Blank 23:23

# 1 0.135Subject Sample 23:24

1.253Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.135Subject Sample 23:28

1.433Breath Volume 23:28

0.000Air Blank 23:28

0.078Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:1402/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:01

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

TORRES

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.078Control Test 02:05

0.000Air Blank 02:06

# 1 0.138Subject Sample 02:06

3.156Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.136Subject Sample 02:09

3.179Breath Volume 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:3402/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:25

03:49

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

GROVER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:49

0.000Air Blank 05:50

0.079Control Test 05:50

0.000Air Blank 05:51

# 1 0.170Subject Sample 05:52

1.105Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2Subject Sample 05:58 No Sample Provided

0.000Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:01

# 3Subject Sample 06:04 No Sample Provided

0.000Breath Volume 06:04

0.000Air Blank 06:04

0.079Control Test 06:04

0.000Air Blank 06:05

OKDiagnostics Check 06:05

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:18:0302/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:48

13:02

Hillsborough Co SO

RUIZ,M

03/05/2027

04125080A6

Tampa Airport PD

NELLES,LEXIE,C

AUCOIN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:11

0.000Air Blank 14:11

0.080Control Test 14:12

0.000Air Blank 14:12

# 1 0.296Subject Sample 14:13

1.527Breath Volume 14:13

0.000Air Blank 14:14

0.000Air Blank 14:15

# 2 0.302Subject Sample 14:16

2.460Breath Volume 14:16

0.000Air Blank 14:17

0.079Control Test 14:17

0.000Air Blank 14:17

OKDiagnostics Check 14:18

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:3802/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

17:24

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

YUMAN ROMERO,ANGIE,A

WILDER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:47

# 1 0.000Subject Sample 19:48

1.683Breath Volume 19:48

0.000Air Blank 19:48

0.000Air Blank 19:50

# 2 0.000Subject Sample 19:51

1.703Breath Volume 19:51

0.000Air Blank 19:51

0.080Control Test 19:52

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5002/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:45

Hillsborough Co SO

LIGGINS,A

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

HERNANDEZ LOPEZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:41

# 1 0.122Subject Sample 01:42

3.949Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.130Subject Sample 01:45

3.453Breath Volume 01:45

0.000Air Blank 01:45

0.078Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0702/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:31

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

TOLEDO ESCOBEDO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1 0.120Subject Sample 02:37

2.687Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.115Subject Sample 02:40

2.675Breath Volume 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 03/12/2026 11:48

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:0202/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:53

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

HOLMES

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.080Control Test 04:42

0.000Air Blank 04:42

# 1 0.214Subject Sample 04:43

2.054Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.236Subject Sample 04:47

2.343Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:49

# 3 0.201Subject Sample 04:50

1.917Breath Volume 04:50

0.000Air Blank 04:51

0.078Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:52

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:3302/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:17

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

EGLAUS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:04

# 1 0.179Subject Sample 05:05

2.097Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:07

# 2 0.189Subject Sample 05:08

1.531Breath Volume 05:08

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:1102/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:10

Hillsborough Co SO

GIBBONS,M

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

PAVON MENDOZA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:19

# 1 0.119Subject Sample 05:21

1.835Breath Volume 05:21

0.000Air Blank 05:22

0.000Air Blank 05:23

# 2 0.123Subject Sample 05:24

1.859Breath Volume 05:24

0.000Air Blank 05:25

0.079Control Test 05:25

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:5502/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:40

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

HORACE

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:22

0.000Air Blank 00:22

# 1 0.137Subject Sample 00:23

2.414Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.140Subject Sample 00:26

2.628Breath Volume 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3702/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:13

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

GONZALEZ RIVAS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.079Control Test 01:50

0.000Air Blank 01:50

# 1 0.098Subject Sample 01:50

1.535Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.094Subject Sample 01:54

2.152Breath Volume 01:54

0.000Air Blank 01:54

0.078Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:3002/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:43

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

KELLY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:0602/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:34

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

MELVILLE

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

# 1 0.155Subject Sample 03:16

1.535Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.158Subject Sample 03:19

1.644Breath Volume 03:19

0.000Air Blank 03:20

0.077Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:1802/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:30

Hillsborough Co SO

EHRHART,R

03/05/2027

04125080A6

FHP Troop C

KLEIN,ETHAN,H

SCHLOEMER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

# 1 0.153Subject Sample 04:16

3.441Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.152Subject Sample 04:19

4.554Breath Volume 04:19

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:1702/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:07

05:27

Hillsborough Co SO

CUTINO,E

03/05/2027

04125080A6

FHP Troop C

GANT,TIFFANY,

RIVERA FRANQUI

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:29

0.000Air Blank 06:30

0.078Control Test 06:30

0.000Air Blank 06:31

# 1 0.203Subject Sample 06:31

2.117Breath Volume 06:31

0.000Air Blank 06:32

0.000Air Blank 06:34

# 2 0.202Subject Sample 06:34

2.089Breath Volume 06:34

0.000Air Blank 06:35

0.078Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:1802/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:32

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

TREVINO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:50

# 1 0.072Subject Sample 22:51

2.207Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:53

# 2 0.071Subject Sample 22:54

2.199Breath Volume 22:54

0.000Air Blank 22:55

0.078Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:0102/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:50

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

CHUNG GORDILLO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:41

# 1 0.271Subject Sample 23:42

1.445Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.269Subject Sample 23:45

2.554Breath Volume 23:45

0.000Air Blank 23:46

0.079Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:47

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:0502/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:09

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

FOSTER CHANCE

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

# 1 0.071Subject Sample 02:56

2.867Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.077Subject Sample 02:59

3.726Breath Volume 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4402/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:18

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

KROH

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

# 1 0.214Subject Sample 04:00

2.453Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.208Subject Sample 04:03

1.855Breath Volume 04:03

0.000Air Blank 04:03

0.078Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:1802/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:46

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

ARSENEAULT

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.080Control Test 21:29

0.000Air Blank 21:30

# 1 0.074Subject Sample 21:31

2.128Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.071Subject Sample 21:34

1.921Breath Volume 21:34

0.000Air Blank 21:35

0.079Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:1302/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:23

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

LATHROP

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

# 1 0.068Subject Sample 22:30

1.203Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.071Subject Sample 22:33

2.039Breath Volume 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5902/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:00

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

MARTINEZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:43

# 1 0.153Subject Sample 00:44

2.160Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.155Subject Sample 00:47

2.558Breath Volume 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:4802/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:13

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

GOMEZ JIMENEZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:59

# 1 0.166Subject Sample 23:00

4.292Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.169Subject Sample 23:03

3.308Breath Volume 23:03

0.000Air Blank 23:03

0.078Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:2102/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

22:16

22:00

Hillsborough Co SO

SHARP,T

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

CARTER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

# 1 0.000Subject Sample 22:42

2.058Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2Subject Sample 22:48 No Sample Provided

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 3Subject Sample 22:53 No Sample Provided

0.000Breath Volume 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4502/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:44

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

KALLOLICKAL

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

# 1 0.174Subject Sample 00:31

1.546Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.161Subject Sample 00:35

1.500Breath Volume 00:35

0.000Air Blank 00:35

0.078Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:0002/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:52

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

ROSENTHAL

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.078Control Test 22:33

0.000Air Blank 22:33

# 1 0.196Subject Sample 22:34

1.578Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:36

# 2 0.198Subject Sample 22:37

1.238Breath Volume 22:37

0.000Air Blank 22:38

0.078Control Test 22:38

0.000Air Blank 22:38

OKDiagnostics Check 22:39

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2002/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:41

Hillsborough Co SO

GONZALEZ,J

03/05/2027

04125080A6

Tampa PD

WALKINS,KEYANNA,A

PHELAN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.078Control Test 00:26

0.000Air Blank 00:27

# 1Subject Sample 00:27 Subject Test Refused

0.000Breath Volume 00:27

0.000Air Blank 00:28

0.078Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0402/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:38

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

IRIZARRY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.079Control Test 01:29

0.000Air Blank 01:29

# 1 0.018Subject Sample 01:30

1.710Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.016Subject Sample 01:34

1.679Breath Volume 01:34

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:36

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5002/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:12

Hillsborough Co SO

PETERS,M

03/05/2027

04125080A6

Tampa PD

GANT,TIFFANY,

BOHN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.078Control Test 02:17

0.000Air Blank 02:17

# 1 0.132Subject Sample 02:19

1.101Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.134Subject Sample 02:22

1.464Breath Volume 02:22

0.000Air Blank 02:22

0.078Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:1402/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:57

Hillsborough Co SO

GAROFALO,A

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

WILLIAMS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.078Control Test 02:49

0.000Air Blank 02:49

# 1 0.111Subject Sample 02:49

1.941Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.112Subject Sample 02:52

1.972Breath Volume 02:52

0.000Air Blank 02:53

0.078Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:2202/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:20

Hillsborough Co SO

TAVERAS,N

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

DICKINSON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.078Control Test 03:05

0.000Air Blank 03:06

# 1 0.158Subject Sample 03:06

2.105Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.155Subject Sample 03:09

1.906Breath Volume 03:09

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2902/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:40

Hillsborough Co SO

KRUG,Z

03/05/2027

04125080A6

Temple Terrace PD

KROME,BRITTNEY,M

JOHNSON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.078Control Test 03:28

0.000Air Blank 03:28

# 1 0.115Subject Sample 03:29

2.019Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.112Subject Sample 03:31

1.656Breath Volume 03:31

0.000Air Blank 03:32

0.077Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:4102/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:42

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

RUNYAN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.078Control Test 03:56

0.000Air Blank 03:56

# 1 0.170Subject Sample 03:57

1.433Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.173Subject Sample 04:01

2.535Breath Volume 04:01

0.000Air Blank 04:01

0.078Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 03/12/2026 11:49

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:2502/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:22

05:00

Hillsborough Co SO

SNAGGS,S

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

BONILLA-ESTRADA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:43

0.078Control Test 05:43

0.000Air Blank 05:44

# 1 0.097Subject Sample 05:44

2.132Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:47

# 2 0.096Subject Sample 05:47

1.476Breath Volume 05:47

0.000Air Blank 05:48

0.078Control Test 05:48

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:57:4602/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:29

07:48

Hillsborough Co SO

DESIATO,D

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

ARANHA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:51

0.000Air Blank 08:51

0.078Control Test 08:52

0.000Air Blank 08:52

# 1 0.206Subject Sample 08:53

1.320Breath Volume 08:53

0.000Air Blank 08:53

0.000Air Blank 08:55

# 2 0.216Subject Sample 08:56

1.476Breath Volume 08:56

0.000Air Blank 08:56

0.077Control Test 08:57

0.000Air Blank 08:57

OKDiagnostics Check 08:57

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:1502/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

20:45

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

MORALES AGUILAR

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.078Control Test 21:50

0.000Air Blank 21:50

# 1 0.084Subject Sample 21:51

1.585Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.083Subject Sample 21:54

1.566Breath Volume 21:54

0.000Air Blank 21:55

0.078Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:5102/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:33

Hillsborough Co SO

FRUEH,D

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

MONTES DE OCA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.079Control Test 22:20

0.000Air Blank 22:20

# 1 0.091Subject Sample 22:21

1.578Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:23

# 2 0.092Subject Sample 22:24

1.304Breath Volume 22:24

0.000Air Blank 22:24

0.078Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:4902/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:50

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

DUMOY SELLEN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.079Control Test 22:57

Air Blank 22:58 RFI Detect

0.000Air Blank 22:58

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:1502/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:50

Hillsborough Co SO

LANDRY,G

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

DUMOY SELLER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.078Control Test 23:02

0.000Air Blank 23:03

# 1 0.026Subject Sample 23:03

1.402Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.027Subject Sample 23:06

1.472Breath Volume 23:06

0.000Air Blank 23:07

0.078Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:2102/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:59

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

RAY III

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

# 1 0.105Subject Sample 01:55

1.761Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.108Subject Sample 01:58

2.039Breath Volume 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5402/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:56

Hillsborough Co SO

ST. WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

BUCHANAN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:04

# 1 0.034Subject Sample 03:05

1.132Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.032Subject Sample 03:08

2.851Breath Volume 03:08

0.000Air Blank 03:08

0.078Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:0902/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:28

Hillsborough Co SO

CARR,X

03/05/2027

04125080A6

U of So FL Campus PD

MARRERO,PRISCILLA,

SCOTT

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

# 1 0.000Subject Sample 04:41

1.945Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.000Subject Sample 04:44

2.937Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:5402/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:16

04:35

Hillsborough Co SO

WYNRUIT,R

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

MINTO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.078Control Test 05:41

0.000Air Blank 05:42

# 1 0.180Subject Sample 05:43

2.589Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:45

# 2 0.182Subject Sample 05:46

1.656Breath Volume 05:46

0.000Air Blank 05:46

0.077Control Test 05:47

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:4502/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:31

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

CRUZADO JR

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.181Subject Sample 01:30

1.792Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.162Subject Sample 01:33

1.441Breath Volume 01:33

0.000Air Blank 01:33

0.079Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:3502/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:08

Hillsborough Co SO

FINCH,D

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

LUCAS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

# 1 0.019Subject Sample 03:52

2.949Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.018Subject Sample 03:55

2.691Breath Volume 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0302/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:45

Hillsborough Co SO

ALVA-ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

VARGAS MONTERO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

# 1 0.144Subject Sample 04:21

1.589Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.148Subject Sample 04:25

1.812Breath Volume 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:27

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0602/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:14

Hillsborough Co SO

BAKER,J

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

MORA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.079Control Test 04:56

0.000Air Blank 04:56

# 1 0.092Subject Sample 04:57

1.523Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.082Subject Sample 05:00

1.511Breath Volume 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:14:5402/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:46

06:02

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

FOSTER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:08

0.000Air Blank 07:09

0.080Control Test 07:09

0.000Air Blank 07:09

# 1 0.186Subject Sample 07:10

2.316Breath Volume 07:10

0.000Air Blank 07:11

0.000Air Blank 07:13

# 2 0.192Subject Sample 07:13

2.175Breath Volume 07:13

0.000Air Blank 07:13

0.080Control Test 07:14

0.000Air Blank 07:14

OKDiagnostics Check 07:14

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:3002/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:38

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HATTON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.081Control Test 22:37

0.000Air Blank 22:37

# 1 0.000Subject Sample 22:38

1.230Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.000Subject Sample 22:41

1.242Breath Volume 22:41

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:5802/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:17

Hillsborough Co SO

PEPEN,J

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

VEGA JR

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:11

0.000Air Blank 23:11

# 1 0.141Subject Sample 23:12

2.890Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:14

# 2 0.147Subject Sample 23:15

2.625Breath Volume 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4502/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:41

Hillsborough Co SO

ST.WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

GALVIN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

# 1 0.213Subject Sample 01:43

1.371Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.218Subject Sample 01:46

1.308Breath Volume 01:46

0.000Air Blank 01:46

0.080Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:5502/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:55

Hillsborough Co SO

CULTINO,E

03/05/2027

04125080A6

FHP Troop C

MARRERO,PRISCILLA,

DANBURY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

# 1 0.064Subject Sample 02:44

2.468Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:46

# 2 0.061Subject Sample 02:47

2.132Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:4302/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:31

Hillsborough Co SO

RODRIGUEZ,C

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

PATTON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:34

0.000Air Blank 19:35

0.081Control Test 19:35

0.000Air Blank 19:35

# 1 0.195Subject Sample 19:36

2.273Breath Volume 19:36

0.000Air Blank 19:36

0.000Air Blank 19:38

# 2 0.195Subject Sample 19:39

2.023Breath Volume 19:39

0.000Air Blank 19:39

0.080Control Test 19:40

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:4602/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:31

Hillsborough Co SO

WASHINGTON,D

03/05/2027

04125080A6

Hillsborough Co SO

WASHINGTON,DESMAND,M

CAMACHO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.081Control Test 20:23

0.000Air Blank 20:24

# 1 0.229Subject Sample 20:25

2.421Breath Volume 20:25

0.000Air Blank 20:25

0.000Air Blank 20:27

# 2 0.222Subject Sample 20:28

1.710Breath Volume 20:28

0.000Air Blank 20:28

0.081Control Test 20:29

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:1402/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:10

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

STINEBRING

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:14

0.000Air Blank 23:14

0.081Control Test 23:14

0.000Air Blank 23:15

# 1 0.195Subject Sample 23:15

1.355Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.185Subject Sample 23:18

2.156Breath Volume 23:18

0.000Air Blank 23:19

0.081Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4702/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:21

Hillsborough Co SO

STEPHENS,T

03/05/2027

04125080A6

Hillsborough Co SO

WALKINS,KEYANNA,A

KOVACS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:05

# 1 0.141Subject Sample 02:06

2.773Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.135Subject Sample 02:09

2.320Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:2802/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:54

Hillsborough Co SO

ALMAGUER,A

03/05/2027

04125080A6

Hillsborough Co SO

KROME,BRITTNEY,M

CREW

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.080Control Test 03:54

0.000Air Blank 03:54

# 1 0.165Subject Sample 03:55

1.593Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.180Subject Sample 03:57

1.621Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4502/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:39

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

BRATE

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:26

# 1 0.136Subject Sample 04:27

3.117Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.140Subject Sample 04:30

2.496Breath Volume 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:2302/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:42

Hillsborough Co SO

WYNRUIT,R

03/05/2027

04125080A6

Tampa PD

KLEIN,ETHAN,H

GRAY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:30

# 1 0.143Subject Sample 20:31

1.199Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.136Subject Sample 20:34

1.332Breath Volume 20:34

0.000Air Blank 20:35

0.080Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:1002/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:40

Hillsborough Co SO

FLINT,J

03/05/2027

04125080A6

Hillsborough Co SO

GANT,TIFFANY,

KENT II

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.081Control Test 00:28

0.000Air Blank 00:29

# 1 0.069Subject Sample 00:29

1.781Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.069Subject Sample 00:32

1.730Breath Volume 00:32

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5602/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:36

Hillsborough Co SO

ST WILLIAMS,P

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

MOORE

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:41

# 1 0.181Subject Sample 01:42

2.917Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.183Subject Sample 01:45

2.234Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:5202/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:13

Hillsborough Co SO

VAN-TREESE,S

03/05/2027

04125080A6

Tampa PD

KROME,BRITTNEY,M

PEREZ VASQUEZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

# 1 0.113Subject Sample 02:59

1.832Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.110Subject Sample 03:02

1.640Breath Volume 03:02

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:0402/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:21

Hillsborough Co SO

RENDON,D

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

VALERO MOLINA

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

# 1 0.043Subject Sample 04:07

3.707Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.043Subject Sample 04:10

2.890Breath Volume 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:12

Data Download Date/Time: 03/12/2026 11:50

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:24:1802/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:10

Hillsborough Co SO

VAN'THUL,L

03/05/2027

04125080A6

Temple Terrace PD

NELLES,LEXIE,C

DAVIS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:14

0.000Air Blank 17:15

0.079Control Test 17:15

0.000Air Blank 17:16

# 1 0.052Subject Sample 17:17

1.457Breath Volume 17:17

0.000Air Blank 17:18

0.000Air Blank 17:20

# 2 0.051Subject Sample 17:22

1.609Breath Volume 17:22

0.000Air Blank 17:23

0.079Control Test 17:23

0.000Air Blank 17:24

OKDiagnostics Check 17:24

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:0802/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:13

18:30

Hillsborough Co SO

PINCAY,D

03/05/2027

04125080A6

Hillsborough Co SO

NELLES,LEXIE,C

AMBROSIO

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:42

0.080Control Test 18:42

0.000Air Blank 18:43

# 1 0.214Subject Sample 18:44

2.531Breath Volume 18:44

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.218Subject Sample 18:47

2.574Breath Volume 18:47

0.000Air Blank 18:48

0.078Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:3802/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:37

Hillsborough Co SO

ALVA ARIAS,K

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GODOY CANALES

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:29

# 1 0.049Subject Sample 22:31

2.285Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.048Subject Sample 22:34

1.457Breath Volume 22:34

0.000Air Blank 22:34

0.080Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:3602/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:33

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

SIMPSON

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

# 1 0.289Subject Sample 23:15

2.988Breath Volume 23:15

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.283Subject Sample 23:18

2.632Breath Volume 23:18

0.000Air Blank 23:18

0.079Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3602/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:40

Hillsborough Co SO

THORSEN,A

03/05/2027

04125080A6

FHP Troop C

MARRERO,PRISCILLA,

GREEN

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

# 1 0.198Subject Sample 02:40

2.582Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.189Subject Sample 02:43

1.457Breath Volume 02:43

0.000Air Blank 02:43

0.078Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2602/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:12

Hillsborough Co SO

BAILEY,D

03/05/2027

04125080A6

Tampa PD

JONES,MINDY,L

DIAZ

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

# 1 0.154Subject Sample 03:46

1.488Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.159Subject Sample 03:49

1.535Breath Volume 03:49

0.000Air Blank 03:50

0.078Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:1102/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:21

Hillsborough Co SO

GARNER,W

03/05/2027

04125080A6

Hillsborough Co SO

MARRERO,PRISCILLA,

WILDER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

# 1 0.103Subject Sample 04:15

1.859Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.094Subject Sample 04:18

1.421Breath Volume 04:18

0.000Air Blank 04:19

0.078Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:1502/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:43

Hillsborough Co SO

TELLEZ-ALFARO,D

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

HARRIS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.079Control Test 04:29

0.000Air Blank 04:29

# 1 0.246Subject Sample 04:31

1.441Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.237Subject Sample 04:34

1.125Breath Volume 04:34

0.000Air Blank 04:35

0.078Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:5602/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

21:24

Hillsborough Co SO

JENKINS,A

03/05/2027

04125080A6

Hillsborough Co SO

MONTGOMERY,ALECIA,L

EARGOOD

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.079Control Test 21:48

0.000Air Blank 21:48

# 1 0.059Subject Sample 21:50

1.574Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:52

# 2 0.061Subject Sample 21:53

1.695Breath Volume 21:53

0.000Air Blank 21:54

0.079Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:5602/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:22

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

CHERRY

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

# 1 0.071Subject Sample 02:08 Volume Not Met

0.074Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2Subject Sample 02:14 Subject Test Refused

0.746Breath Volume 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:2202/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:43

Hillsborough Co SO

RODRIGUEZ,M

03/05/2027

04125080A6

Tampa PD

YUMAN ROMERO,ANGIE,A

STROSNIDER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:23

# 1 0.112Subject Sample 03:23

2.449Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.107Subject Sample 03:26

1.941Breath Volume 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1302/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:32

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

JONES,MINDY,L

WALKER

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.079Control Test 04:25

0.000Air Blank 04:25

# 1Subject Sample 04:26 Subject Test Refused

0.000Breath Volume 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:2002/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:49

Hillsborough Co SO

TRUJILLO,M

03/05/2027

04125080A6

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

NEGREROS

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

# 1 0.182Subject Sample 04:50

1.519Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.179Subject Sample 04:53

1.679Breath Volume 04:53

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:5302/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

05:03

Hillsborough Co SO

GIBBINS,M

03/05/2027

04125080A6

Tampa PD

MARRERO,PRISCILLA,

BORGES

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.078Control Test 05:50

0.000Air Blank 05:50

# 1 0.105Subject Sample 05:52

2.476Breath Volume 05:52

0.000Air Blank 05:52

0.000Air Blank 05:54

# 2 0.100Subject Sample 05:55

1.687Breath Volume 05:55

0.000Air Blank 05:55

0.078Control Test 05:56

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:2302/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

19:54

Hillsborough Co SO

ABROMAVICIUS,A

03/05/2027

04125080A6

Hillsborough Co SO

KLEIN,ETHAN,H

GARCIA JR

02/12/2026

8100.27

HILLSBOROUGH CSO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.078Control Test 20:47

0.000Air Blank 20:47

# 1 0.154Subject Sample 20:48

2.304Breath Volume 20:48

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.143Subject Sample 20:50

1.234Breath Volume 20:50

0.000Air Blank 20:51

0.078Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 03/12/2026 11:51

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:0402/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

17:24

Franklin County SO

DAVIS,TIMOTHY

06/05/2026

10124080A3

Franklin County SO

DAVIS,TIMOTHY,B

ZINGARELLI

02/16/2026

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 18:22

0.000Air Blank 18:23

0.000Control Test 18:23 Control Outside Tolerance

0.000Air Blank 18:24

Data Download Date/Time: 03/10/2026 07:40

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:4002/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

17:24

Franklin County SO

DAVIS,TIMOTHY

06/05/2026

10124080A3

Franklin County SO

DAVIS,TIMOTHY,B

ZINGARELLI

02/16/2026

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.000Control Test 18:27 Control Outside Tolerance

0.000Air Blank 18:27

Data Download Date/Time: 03/10/2026 07:40

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2002/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:26

FHP Troop D

SILVER,ISAIAH

10/12/2026

402872586

FHP Troop D

SILVER,ISAIAH,

QUINONES RIVERA

01/23/2026

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

Air Blank 03:48 RFI Detect

0.000Air Blank 03:49

Data Download Date/Time: 02/25/2026 11:44

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:0902/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:26

FHP Troop D

SILVER,ISAIAH

10/12/2026

402872586

FHP Troop D

SILVER,ISAIAH,

QUINONES RIVERA

01/23/2026

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:52

# 1 0.135Subject Sample 03:54

1.847Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:56

# 2 0.138Subject Sample 03:57

2.453Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 02/25/2026 11:44

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0302/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:24

FHP Troop D

SILVER,ISAIAH

10/12/2026

402872586

FHP Troop D

SILVER,ISAIAH,

CABAN

01/23/2026

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:54

0.081Control Test 04:54

0.000Air Blank 04:54

# 1 0.127Subject Sample 04:55

3.898Breath Volume 04:55

Air Blank 04:55 Improper Sample

0.000Air Blank 04:56

0.083Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:57

Data Download Date/Time: 02/25/2026 11:44

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:5802/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:24

FHP Troop D

SILVER,ISAIAH

10/12/2026

402872586

FHP Troop D

SILVER,ISAIAH,

CABAN

01/23/2026

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.081Control Test 05:00

0.000Air Blank 05:00

# 1 0.130Subject Sample 05:01

3.953Breath Volume 05:01

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.125Subject Sample 05:04

3.800Breath Volume 05:04

0.000Air Blank 05:05

0.081Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 02/25/2026 11:44

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:3402/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

20:29

FHP Troop D

LOWERY,JOHN

10/12/2026

402872586

FHP Troop D

LOWERY,JOHN,

BREWER

01/23/2026

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.193Subject Sample 22:13

1.550Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.204Subject Sample 22:16

2.203Breath Volume 22:16

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 02/25/2026 11:44

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4902/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:49

Osceola County SO

JOHNSON,C

11/26/2027

403207507

Osceola County SO

RIVERA-NAVEDO,JONATHAN,

RIVERA-NAVEDO

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

# 1 0.012Subject Sample 02:43

2.804Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.010Subject Sample 02:46

2.125Breath Volume 02:46

0.000Air Blank 02:46

0.081Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 02/13/2026 11:23

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:3502/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

03:45

Osceola County SO

MCDONALD,A

11/26/2027

403207507

Osceola County SO

ROBERTS,BYRON,C

ROBERTS

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:22

# 1 0.036Subject Sample 05:23

2.410Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.037Subject Sample 05:27

2.441Breath Volume 05:27

0.000Air Blank 05:27

0.081Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 02/13/2026 11:23

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:0602/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:31

Osceola County SO

LOPEZ,D

11/26/2027

403207507

Osceola County SO

BILLITTIER,JOSEPH,C

TAYLOR

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.082Control Test 04:32

0.000Air Blank 04:32

# 1 0.104Subject Sample 04:35

1.531Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.104Subject Sample 04:39

1.718Breath Volume 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 02/13/2026 11:23

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5602/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:33

Osceola County SO

BILLITTIER,JOSEPH

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

VENTURA-POLANCO

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:20

# 1 0.116Subject Sample 04:22

1.703Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.109Subject Sample 04:28 Volume Not Met

0.039Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 3 0.114Subject Sample 04:31

1.828Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 02/13/2026 11:23

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5502/10/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:59

Osceola County SO

LOPEZ,DERICK

11/26/2027

403207507

Osceola County SO

LOPEZ,DERICK,J

DURANGO-OSPINO

01/02/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.080Control Test 01:41

0.000Air Blank 01:41

# 1 0.068Subject Sample 01:42

2.945Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.064Subject Sample 01:45

3.179Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 02/13/2026 11:23

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:5502/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:22

Osceola County SO

BILLITTIER,JOSEPH

11/26/2027

403207507

Osceola County SO

BILLITTIER,JOSEPH,C

SMITH

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.080Control Test 01:59

0.000Air Blank 01:59

# 1 0.266Subject Sample 02:00

2.175Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:02

# 2 0.280Subject Sample 02:03

2.738Breath Volume 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 03/23/2026 10:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:3402/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:41

Osceola County SO

VANLANDINGHAM,ELIAS

11/26/2027

403207507

St. Cloud PD

ROMERO-PEREZ,MICHAEL,

MERCADO

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

# 1 0.103Subject Sample 04:42 Volume Not Met

0.441Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:44

# 2 0.094Subject Sample 04:48 Volume Not Met

0.890Breath Volume 04:48

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 03/23/2026 10:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:36:5302/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:09

11:43

Osceola County SO

RODRIGUEZ,OBDULIO

11/26/2027

403207507

FHP Troop D

FONTANEZ,YOMARI,I

MARTA

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:30

0.000Air Blank 13:30

0.079Control Test 13:30

0.000Air Blank 13:31

# 1 0.131Subject Sample 13:32

1.359Breath Volume 13:32

0.000Air Blank 13:32

0.000Air Blank 13:34

# 2 0.131Subject Sample 13:35

2.152Breath Volume 13:35

0.000Air Blank 13:35

0.079Control Test 13:36

0.000Air Blank 13:36

OKDiagnostics Check 13:36

Data Download Date/Time: 03/23/2026 10:52

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:1002/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

19:32

Osceola County SO

DENATALE,ANTHONY

11/26/2027

403207507

St. Cloud PD

LOPEZ,DERICK,J

RICHISON

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

# 1 0.186Subject Sample 02:07

2.179Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.182Subject Sample 02:10

2.253Breath Volume 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:2202/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:04

Osceola County SO

KARTANOWICZ,M

11/26/2027

403207507

FHP Troop K

MCCARLEY,C,

MCMULLEN

02/13/2026

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:06

0.000Air Blank 06:07

0.078Control Test 06:07

0.000Air Blank 06:08

# 1 0.197Subject Sample 06:08

1.996Breath Volume 06:08

0.000Air Blank 06:09

0.000Air Blank 06:11

# 2 0.197Subject Sample 06:12

2.785Breath Volume 06:12

0.000Air Blank 06:13

0.076Control Test 06:13

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 03/23/2026 10:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:0602/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:47

Ft. Walton Beach PD

MCELHENY,MICHAEL

07/05/2027

250284

Ft. Walton Beach PD

ORDOQUI,DANIEL,G

TRACEY

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1 0.000Subject Sample 02:50

3.320Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.000Subject Sample 02:53

3.289Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:5702/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:27

Ft. Walton Beach PD

ROSENBURG,DUSTIN

07/05/2027

250284

Ft. Walton Beach PD

ORDOQUI,DANIEL,G

SABIO

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.081Control Test 05:14

0.000Air Blank 05:14

# 1 0.040Subject Sample 05:16

4.644Breath Volume 05:16

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.039Subject Sample 05:19

4.378Breath Volume 05:19

0.000Air Blank 05:20

0.081Control Test 05:20

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:3502/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:47

Okaloosa County SO

COOK,MICHAEL

07/05/2027

250284

Ft. Walton Beach PD

VASQUEZ,GEORGE,D

THANG

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.080Control Test 22:20

0.000Air Blank 22:20

# 1 0.358Subject Sample 22:21

2.648Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.342Subject Sample 22:24

1.585Breath Volume 22:24

0.000Air Blank 22:24

0.080Control Test 22:24

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:5302/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:55

Ft. Walton Beach PD

MCELHENY,MICHAEL

07/05/2027

250284

Ft. Walton Beach PD

ORDOQUI,DANIEL,G

BRISBANE

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

# 1Subject Sample 02:51 No Sample Provided

0.000Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.165Subject Sample 02:57 Volume Not Met

0.367Breath Volume 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:4202/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:55

Ft. Walton Beach PD

MCELHENY,MICHAEL

07/05/2027

250284

Ft. Walton Beach PD

ORDOQUI,DANIEL,G

BRISBANE

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

# 1 0.179Subject Sample 03:06

2.332Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.173Subject Sample 03:10

1.496Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:5302/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:24

Ft. Walton Beach PD

BURGER,WILLIAM

07/05/2027

250284

Ft. Walton Beach PD

BURGER,WILLIAM,T

COATES

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:37

# 1Subject Sample 21:37 Subject Test Refused

0.000Breath Volume 21:37

0.000Air Blank 21:37

0.079Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2702/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:16

Ft. Walton Beach PD

ARMSTEAD,DEVIN

07/05/2027

250284

Ft. Walton Beach PD

SIRMANS,ABNER,K

MORT

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.080Control Test 02:05

0.000Air Blank 02:05

# 1 0.105Subject Sample 02:05

4.187Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.106Subject Sample 02:08

4.281Breath Volume 02:08

0.000Air Blank 02:09

0.078Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:38:1002/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:07

13:49

Ft. Walton Beach PD

WILLIAMS,SETH

07/05/2027

250284

Ft. Walton Beach PD

WILLIAMS,SETH,D

HINTON

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:27

0.000Air Blank 14:28

0.081Control Test 14:28

0.000Air Blank 14:29

# 1 0.047Subject Sample 14:32 Volume Not Met

0.128Breath Volume 14:32

0.000Air Blank 14:32

0.000Air Blank 14:34

# 2Subject Sample 14:36 Subject Test Refused

0.101Breath Volume 14:36

0.000Air Blank 14:37

0.078Control Test 14:37

0.000Air Blank 14:38

OKDiagnostics Check 14:38

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2002/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:50

Ft. Walton Beach PD

PEYTON,KYLEE

07/05/2027

250284

Ft. Walton Beach PD

PEYTON,KYLEE,D

RODGERS

01/31/2026

8100.27

FORT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1 0.228Subject Sample 01:42

2.187Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.222Subject Sample 01:45

2.156Breath Volume 01:45

0.000Air Blank 01:46

0.078Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 02/28/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:30:5702/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:03

15:19

OTHER Fed

SABATINE,MATTHEW

08/30/2027

403135737

OTHER Fed

TOLBERT,TALON,S

TOLBERT

01/29/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:24

0.000Air Blank 16:24

0.081Control Test 16:24

0.000Air Blank 16:25

# 1 0.126Subject Sample 16:26

1.808Breath Volume 16:26

0.000Air Blank 16:26

0.000Air Blank 16:28

# 2 0.120Subject Sample 16:29

1.835Breath Volume 16:29

0.000Air Blank 16:30

0.079Control Test 16:30

0.000Air Blank 16:30

OKDiagnostics Check 16:30

Data Download Date/Time: 02/26/2026 15:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1302/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:59

Gulf Breeze PD

KNOTT,MIRANDA

08/30/2027

403135737

Gulf Breeze PD

KNOTT,MIRANDA,B

REDICK

01/29/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

# 1 0.084Subject Sample 03:34

1.734Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.081Subject Sample 03:37

1.613Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 02/26/2026 15:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:4002/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

22:06

Gulf Breeze PD

BONNIN,BRICESON

08/30/2027

403135737

Gulf Breeze PD

BONNIN,BRICESON,G

STOCKMAN

01/29/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1 0.000Subject Sample 22:29

1.742Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.000Subject Sample 22:32

1.945Breath Volume 22:32

0.000Air Blank 22:32

0.077Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 02/26/2026 15:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-004771CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:4502/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

19:19

Gulf Breeze PD

ALEXANDER,RICHARD

08/30/2027

403135737

Gulf Breeze PD

BONNIN,BRICESON,G

SERRANO VERDUGO

01/29/2026

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:44

0.000Air Blank 19:44

0.079Control Test 19:44

0.000Air Blank 19:45

# 1 0.085Subject Sample 19:48 Volume Not Met

0.039Breath Volume 19:48

0.000Air Blank 19:49

0.000Air Blank 19:50

# 2 0.095Subject Sample 19:54 Volume Not Met

0.000Breath Volume 19:54

0.000Air Blank 19:54

0.079Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 02/26/2026 15:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:3802/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:28

Crestview PD

CULBERTSON,TYLER

05/09/2028

403342588

Crestview PD

CULBERTSON,TYLER,D

JANG

01/28/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.082Control Test 00:05

0.000Air Blank 00:06

# 1 0.214Subject Sample 00:07

2.972Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.225Subject Sample 00:10

3.960Breath Volume 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 03/02/2026 14:16

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:03:2702/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:36

15:14

Crestview PD

GREENE,JOSHUA

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

MORALES RAMOS

01/28/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:56

0.000Air Blank 15:56

0.081Control Test 15:57

0.000Air Blank 15:57

# 1 0.222Subject Sample 15:58

2.078Breath Volume 15:58

0.000Air Blank 15:59

0.000Air Blank 16:00

# 2 0.231Subject Sample 16:01

2.964Breath Volume 16:01

0.000Air Blank 16:02

0.081Control Test 16:02

0.000Air Blank 16:03

OKDiagnostics Check 16:03

Data Download Date/Time: 03/02/2026 14:16

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:2702/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:14

Crestview PD

GREENE,JOSHUA

05/09/2028

403342588

Crestview PD

GREENE,JOSHUA,D

MORALES RAMOS

01/28/2026

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:35

0.000Air Blank 16:36

0.082Control Test 16:36

0.000Air Blank 16:36

# 1 0.223Subject Sample 16:37

3.074Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.219Subject Sample 16:40

2.750Breath Volume 16:40

0.000Air Blank 16:41

0.081Control Test 16:41

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 03/02/2026 14:16

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:2502/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:00

North Miami PD

TURNER,KENYON

11/05/2026

26824080A1

North Miami PD

PINEDA,MIGUEL,

MUNROE

01/15/2026

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.082Control Test 02:37

0.000Air Blank 02:37

# 1 0.187Subject Sample 02:39

2.496Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.178Subject Sample 02:42

2.000Breath Volume 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 02/24/2026 17:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0002/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:00

North Miami PD

TURNER,KENYON

11/05/2026

26824080A1

North Miami PD

PINEDA,MIGUEL,

JOSEPH

01/15/2026

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:51

# 1 0.192Subject Sample 02:52

2.531Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.194Subject Sample 02:55

2.160Breath Volume 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 02/24/2026 17:58

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3602/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:51

North Miami PD

COOPER,KENNETH

11/05/2026

26824080A1

North Miami PD

BATISTA,JORGE,C

PETIOTE

02/24/2026

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.082Control Test 00:54

0.000Air Blank 00:55

# 1 0.163Subject Sample 00:58 Volume Not Met

0.570Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.260Subject Sample 01:01

1.148Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 3 0.251Subject Sample 01:04

1.164Breath Volume 01:04

0.000Air Blank 01:05

0.077Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 03/15/2026 23:17

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5902/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:51

North Miami PD

COOPER,KENNETH

11/05/2026

26824080A1

North Miami PD

BATISTA,JORGE,C

PETIOTE

02/24/2026

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:10

# 1 0.267Subject Sample 01:11

1.585Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:13

# 2 0.260Subject Sample 01:14

1.800Breath Volume 01:14

0.000Air Blank 01:15

0.077Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 03/15/2026 23:17

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:3102/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:33

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

JOHNSON

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:14

0.000Air Blank 20:14

0.080Control Test 20:15

0.000Air Blank 20:15

# 1Subject Sample 20:16 Subject Test Refused

0.000Breath Volume 20:16

0.000Air Blank 20:16

0.080Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 02/03/2026 14:33

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:4602/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:41

Hernando County SO

DAVILA,ALEC

10/05/2026

23324080A2

Hernando County SO

DAVILA,ALEC,P

THOMPSON

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.079Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:1802/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

11:20

FHP Troop C

MELANSON,BRADLEY

10/05/2026

23324080A2

FHP Troop C

MELANSON,BRADLEY,D

PEDRICK

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1 0.163Subject Sample 00:58

2.343Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.153Subject Sample 01:01

2.019Breath Volume 01:01

0.000Air Blank 01:02

0.078Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:0002/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:33

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

PEREZ BENITEZ

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

02:23 RFI Detect

0.000Air Blank 02:24

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0402/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:33

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

PEREZ BENITEZ

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.095Subject Sample 02:29 Volume Not Met

0.000Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.128Subject Sample 02:34

1.785Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 3 0.118Subject Sample 02:40

1.542Breath Volume 02:40

0.000Air Blank 02:41

0.077Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:42

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:2102/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:34

Hernando County SO

MORALES,OSIEL

10/05/2026

23324080A2

Hernando County SO

JOHNSTON,STACY,M

OLIVO

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.078Control Test 04:39

0.000Air Blank 04:40

# 1 0.143Subject Sample 04:40

2.613Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.132Subject Sample 04:43

1.343Breath Volume 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:48:0802/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

05:23

Hernando County SO

HUTCHINSON,C

10/05/2026

23324080A2

Hernando County SO

RODRIGUEZ,FRANCESCA,M

HOLTON

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:40

0.000Air Blank 06:41

0.079Control Test 06:41

0.000Air Blank 06:41

# 1 0.112Subject Sample 06:43

1.195Breath Volume 06:43

0.000Air Blank 06:43

0.000Air Blank 06:45

# 2 0.106Subject Sample 06:46

1.121Breath Volume 06:46

0.000Air Blank 06:47

0.077Control Test 06:47

0.000Air Blank 06:48

OKDiagnostics Check 06:48

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:1202/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:16

14:31

Hernando County SO

FERRO,TYLER

10/05/2026

23324080A2

Hernando County SO

FERRO,TYLER,J

CHIDESTER

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:38

0.000Air Blank 15:38

0.076Control Test 15:38

0.000Air Blank 15:39

# 1 0.190Subject Sample 15:39

2.378Breath Volume 15:39

0.000Air Blank 15:40

0.000Air Blank 15:42

# 2 0.189Subject Sample 15:42

2.433Breath Volume 15:42

0.000Air Blank 15:43

0.080Control Test 15:43

0.000Air Blank 15:44

OKDiagnostics Check 15:44

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:41:2502/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:14

12:23

Hernando County SO

CROFT,BRETT

10/05/2026

23324080A2

Hernando County SO

CROFT,BRETT,

LAFLEUR

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:34

0.000Air Blank 14:34

0.080Control Test 14:35

0.000Air Blank 14:35

# 1 0.000Subject Sample 14:36

1.250Breath Volume 14:36

0.000Air Blank 14:37

0.000Air Blank 14:39

# 2 0.000Subject Sample 14:40

1.699Breath Volume 14:40

0.000Air Blank 14:40

0.080Control Test 14:40

0.000Air Blank 14:41

OKDiagnostics Check 14:41

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:1802/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:47

Hernando County SO

FABY,ROBERT

10/05/2026

23324080A2

Hernando County SO

GONZALEZ,EDELISA,N

GONZALEZ

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.079Control Test 20:40

0.000Air Blank 20:40

# 1 0.028Subject Sample 20:41

1.957Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.024Subject Sample 20:44

1.855Breath Volume 20:44

0.000Air Blank 20:45

0.079Control Test 20:45

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:10:4502/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:38

07:58

Hernando County SO

MASCITELLI,V

10/05/2026

23324080A2

Hernando County SO

MASCITELLI,V,D

CAJIGAL

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:59

0.000Air Blank 08:59

0.079Control Test 09:00

0.000Air Blank 09:00

# 1Subject Sample 09:03 No Sample Provided

0.000Breath Volume 09:03

0.000Air Blank 09:04

0.000Air Blank 09:06

# 2Subject Sample 09:09 No Sample Provided

0.000Breath Volume 09:09

0.000Air Blank 09:09

0.078Control Test 09:10

0.000Air Blank 09:10

OKDiagnostics Check 09:10

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:2202/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

17:56

Hernando County SO

DAVILA,ALEC

10/05/2026

23324080A2

Hernando County SO

DAVILA,ALEC,P

WISNER

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:46

0.080Control Test 18:47

0.000Air Blank 18:47

# 1 0.227Subject Sample 18:48

1.964Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2 0.237Subject Sample 18:51

1.949Breath Volume 18:51

0.000Air Blank 18:52

0.079Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:3102/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:29

16:37

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

GIORDANO

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:49

0.000Air Blank 17:50

0.079Control Test 17:50

0.000Air Blank 17:51

# 1 0.229Subject Sample 17:51

2.933Breath Volume 17:51

0.000Air Blank 17:52

0.000Air Blank 17:54

# 2 0.234Subject Sample 17:54

3.253Breath Volume 17:54

0.000Air Blank 17:55

0.079Control Test 17:55

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:1302/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:20

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

CLAYTON,A,

MARKS-LEIWS

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:23

# 1 0.116Subject Sample 23:24

1.660Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.115Subject Sample 23:27

1.773Breath Volume 23:27

0.000Air Blank 23:28

0.078Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:0202/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:01

Hernando County SO

VESPER,MITCHELL

10/05/2026

23324080A2

Hernando County SO

JOHNSTON,STACY,M

RUPE

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:51

# 1Subject Sample 00:51 Subject Test Refused

0.000Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:53

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:4502/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:54

17:21

Hernando County SO

CLAYTON,A

10/05/2026

23324080A2

Hernando County SO

RODRIGUEZ,MARCUS,J

ROBERTS

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:16

0.000Air Blank 18:16

0.078Control Test 18:16

0.000Air Blank 18:17

# 1 0.244Subject Sample 18:18

1.621Breath Volume 18:18

0.000Air Blank 18:18

0.000Air Blank 18:20

# 2 0.236Subject Sample 18:21

1.687Breath Volume 18:21

0.000Air Blank 18:21

0.078Control Test 18:22

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:5602/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

15:59

Hernando County SO

CROFT,BRETT

10/05/2026

23324080A2

Hernando County SO

CROFT,BRETT,

NICOLINI

01/30/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:06

0.000Air Blank 19:07

0.077Control Test 19:07

0.000Air Blank 19:07

# 1 0.129Subject Sample 19:08

3.261Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:11

# 2 0.137Subject Sample 19:11

3.304Breath Volume 19:11

0.000Air Blank 19:12

0.077Control Test 19:12

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 02/27/2026 16:26

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:5002/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:19

Hernando County SO

KELLY,J

10/05/2026

23324080A2

Hernando County SO

WEST,CHRISTOPHER,S

HALL

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

# 1Subject Sample 23:22 Subject Test Refused

0.000Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:3502/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

21:16

Hernando County SO

LEWIS,S

10/05/2026

23324080A2

Hernando County SO

GOREY,P,W

BLACK

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:04

# 1Subject Sample 00:05 Subject Test Refused

0.000Breath Volume 00:05

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:5402/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:12

Hernando County SO

BOCHACITCKA,J

10/05/2026

23324080A2

Hernando County SO

WEST,CHRISTOPHER,S

NAOIER

02/27/2026

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.078Control Test 05:16

0.000Air Blank 05:17

# 1 0.151Subject Sample 05:19

2.406Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2Subject Sample 05:22 Subject Test Refused

0.000Breath Volume 05:22

0.000Air Blank 05:23

0.076Control Test 05:23

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 03/24/2026 12:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:4702/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

17:49

Taylor County SO

WIMBERLEY,EDWARD

06/05/2026

10124080A3

Taylor County SO

WIMBERLEY,EDWARD,K

WHITE

02/02/2026

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:19

0.000Air Blank 18:19

0.082Control Test 18:20

0.000Air Blank 18:20

# 1 0.197Subject Sample 18:21

2.925Breath Volume 18:21

0.000Air Blank 18:21

0.000Air Blank 18:23

# 2 0.185Subject Sample 18:24

1.921Breath Volume 18:24

0.000Air Blank 18:24

0.081Control Test 18:25

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 03/06/2026 06:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:0602/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

21:07

Perry PD

MURPHY,TIMOTHY

06/05/2026

10124080A3

Perry PD

SADLER,JEFFERY,L

SADLER

02/02/2026

8100.27

PERRY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.081Control Test 21:35

0.000Air Blank 21:35

# 1 0.200Subject Sample 21:36

3.921Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.216Subject Sample 21:39

2.964Breath Volume 21:39

0.000Air Blank 21:40

0.081Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 03/06/2026 06:37

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:4102/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:55

Port Orange PD

ALI,S

03/28/2027

403008479

Edgewater PD

PAULL,JAYDON,E

CORRERA

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:10

0.000Air Blank 18:11

0.081Control Test 18:11

0.000Air Blank 18:12

# 1 0.164Subject Sample 18:15 Volume Not Met

0.148Breath Volume 18:15

0.000Air Blank 18:16

0.000Air Blank 18:17

# 2 0.135Subject Sample 18:20 Volume Not Met

0.441Breath Volume 18:20

0.000Air Blank 18:21

0.078Control Test 18:22

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 02/04/2026 15:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:2402/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:55

Port Orange PD

ALI,S

03/28/2027

403008479

Edgewater PD

PAULL,JAYDON,E

CORRERA

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.077Control Test 18:26

0.000Air Blank 18:27

# 1 0.144Subject Sample 18:30 Volume Not Met

1.031Breath Volume 18:30

0.000Air Blank 18:31

0.000Air Blank 18:32

# 2 0.138Subject Sample 18:35 Volume Not Met

0.375Breath Volume 18:35

0.000Air Blank 18:36

0.075Control Test 18:36

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 02/04/2026 15:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:0602/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:55

Port Orange PD

ALI,S

03/28/2027

403008479

Edgewater PD

PAULL,JAYDON,E

CORRERA

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.077Control Test 18:54

0.000Air Blank 18:55

# 1 0.154Subject Sample 18:56

1.234Breath Volume 18:56

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.145Subject Sample 19:00

1.285Breath Volume 19:00

0.000Air Blank 19:01

0.074Control Test 19:01 Control Outside Tolerance

0.000Air Blank 19:02

Data Download Date/Time: 02/04/2026 15:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:0702/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

16:55

Port Orange PD

ALI,S

03/28/2027

403008479

Edgewater PD

PAULL,JAYDON,E

CORRERA

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:05

0.000Air Blank 19:05

0.077Control Test 19:06

0.000Air Blank 19:06

# 1 0.159Subject Sample 19:07

1.796Breath Volume 19:07

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.153Subject Sample 19:10

1.421Breath Volume 19:10

0.000Air Blank 19:11

0.078Control Test 19:11

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 02/04/2026 15:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:0602/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:29

Port Orange PD

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

PECKHAM

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.081Control Test 04:16

0.000Air Blank 04:16

# 1Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 02/04/2026 15:36

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:2902/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:36

Port Orange PD

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

DAVIS,JASON,A

SUMMERS

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.079Control Test 22:58

0.000Air Blank 22:58

# 1 0.000Subject Sample 22:59

1.562Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.000Subject Sample 23:02

1.160Breath Volume 23:02

0.000Air Blank 23:02

0.077Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 03/04/2026 08:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:5702/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:46

Port Orange PD

COATS,ALEXANDER

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

GREMLER

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1 0.138Subject Sample 01:30

1.562Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.122Subject Sample 01:34

1.222Breath Volume 01:34

0.000Air Blank 01:35

0.076Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 03/04/2026 08:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:4002/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:53

Port Orange PD

REAHL,TIMOTHY

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

RAGAN

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.078Control Test 01:42

0.000Air Blank 01:43

# 1 0.157Subject Sample 01:46 Volume Not Met

0.066Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:48

# 2 0.141Subject Sample 01:51 Volume Not Met

0.949Breath Volume 01:51

0.000Air Blank 01:52

0.075Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 03/04/2026 08:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:0002/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:53

Port Orange PD

REAHL,TIMOTHY

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

RAGAN

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.077Control Test 02:09

0.000Air Blank 02:09

# 1 0.138Subject Sample 02:12 Volume Not Met

0.445Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.141Subject Sample 02:18 Volume Not Met

0.941Breath Volume 02:18

0.000Air Blank 02:19

0.075Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:20

Data Download Date/Time: 03/04/2026 08:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2502/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:53

Port Orange PD

REAHL,TIMOTHY

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

RAGAN

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.076Control Test 02:22

0.000Air Blank 02:22

# 1 0.142Subject Sample 02:26 Slope Not Level

1.312Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:28

# 2 0.128Subject Sample 02:31 Volume Not Met

0.976Breath Volume 02:31

0.000Air Blank 02:32

0.075Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 03/04/2026 08:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:1902/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:26

Daytona Beach Shores

VARNER,ETHAN

03/28/2027

403008479

Port Orange PD

COMPIERCHIO,ANTHONY,J

VILLALOBOS

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.142Subject Sample 01:30

2.132Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2 0.148Subject Sample 01:33

1.812Breath Volume 01:33

0.000Air Blank 01:34

0.078Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 03/04/2026 08:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2702/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:09

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

HARRIS

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.079Control Test 04:01

0.000Air Blank 04:01

# 1 0.135Subject Sample 04:01

2.199Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.126Subject Sample 04:04

1.167Breath Volume 04:04

0.000Air Blank 04:05

0.078Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 03/04/2026 08:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:2802/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:40

Port Orange PD

GACHELIN,CHRISTOPHER

03/28/2027

403008479

Daytona Beach PD

SASSO,SCOTT,A

SMITH

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

# 1 0.207Subject Sample 05:24

1.753Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:26

# 2 0.162Subject Sample 05:29 Volume Not Met

0.000Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:32

# 3 0.179Subject Sample 05:35 Volume Not Met

0.738Breath Volume 05:35

0.000Air Blank 05:36

0.073Control Test 05:36 Control Outside Tolerance

0.000Air Blank 05:37

Data Download Date/Time: 03/04/2026 08:46

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0402/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:01

Port Orange PD

AVIS,JENNIFER

03/28/2027

403008479

Daytona Beach PD

SASSO,SCOTT,A

MITCHELL

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:43

# 1 0.208Subject Sample 01:45

1.945Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:47

# 2 0.212Subject Sample 01:48

1.777Breath Volume 01:48

0.000Air Blank 01:49

0.075Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:50

Data Download Date/Time: 03/04/2026 08:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:2602/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:08

Port Orange PD

LIGHTFOOT,BRITTANY

03/28/2027

403008479

Port Orange PD

LIGHTFOOT,BRITTANY,K

DEBAETS

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:36

# 1 0.163Subject Sample 21:39

2.242Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:41

# 2 0.157Subject Sample 21:44

1.589Breath Volume 21:44

0.000Air Blank 21:45

0.076Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 03/04/2026 08:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:1202/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:46

Daytona Beach Shores

COMPIERCHIO,ANTHONY

03/28/2027

403008479

Daytona Beach Shores

COMPIERCHIO,ANTHONY,J

MCLAUGHLIN

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.079Control Test 00:45

0.000Air Blank 00:45

# 1 0.155Subject Sample 00:46

1.796Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.143Subject Sample 00:51 Volume Not Met

0.218Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 3 0.145Subject Sample 00:57 Volume Not Met

0.375Breath Volume 00:57

0.000Air Blank 00:58

0.078Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 03/04/2026 08:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3602/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:57

Port Orange PD

GARCIA,RANDY

03/28/2027

403008479

Volusia County SO

LIGHTFOOT,BRITTANY,K

PAULUS

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.000Subject Sample 02:03

1.406Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.000Subject Sample 02:06

1.476Breath Volume 02:06

0.000Air Blank 02:06

0.077Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 03/04/2026 08:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0402/26/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:06

Port Orange PD

MEISLAHN,ERIC

03/28/2027

403008479

Port Orange PD

SASSO,SCOTT,A

STARKGRAF

01/30/2026

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.081Control Test 03:00

0.000Air Blank 03:00

# 1 0.175Subject Sample 03:02

2.738Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:04

# 2 0.161Subject Sample 03:05

3.183Breath Volume 03:05

0.000Air Blank 03:06

0.077Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:07

Data Download Date/Time: 03/04/2026 08:47

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:4602/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:16

Daytona Beach PD

PETTY,N

12/02/2027

403207508

Daytona Beach PD

ROMAN,OSCAR,E

DAVIS

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.083Control Test 00:08

Air Blank 00:08 RFI Detect

0.000Air Blank 00:08

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:4502/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:16

Daytona Beach PD

PETTY,N

12/02/2027

403207508

Daytona Beach PD

ROMAN,OSCAR,E

DAVIS

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.084Control Test 00:12

0.000Air Blank 00:12

# 1Subject Sample 00:15 No Sample Provided

0.000Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2Subject Sample 00:18 Subject Test Refused

0.000Breath Volume 00:18

0.000Air Blank 00:18

0.084Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:4202/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:14

Daytona Beach PD

GREEN,MORRIS

12/02/2027

403207508

Daytona Beach PD

ROMAN,OSCAR,E

NELSON

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.084Control Test 03:14

0.000Air Blank 03:15

# 1 0.285Subject Sample 03:15

3.003Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.287Subject Sample 03:19

2.832Breath Volume 03:19

0.000Air Blank 03:19

0.083Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0702/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:23

Daytona Beach PD

MSWIA,A

12/02/2027

403207508

Volusia County SO

SANTOS,KEELAN,D

OLSON

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.083Control Test 03:27

0.000Air Blank 03:28

# 1 0.208Subject Sample 03:28

2.019Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.226Subject Sample 03:31

1.605Breath Volume 03:31

0.000Air Blank 03:32

0.083Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:5802/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:49

Daytona Beach PD

WEIDE,Z

12/02/2027

403207508

Daytona Beach PD

SANTOS,KEELAN,D

CZUPRAK

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.082Control Test 00:21

0.000Air Blank 00:22

# 1 0.159Subject Sample 00:22

1.960Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.153Subject Sample 00:27

1.242Breath Volume 00:27

0.000Air Blank 00:28

0.082Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:1902/17/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:16

Daytona Beach PD

SANTOS,KEELAN

12/02/2027

403207508

Daytona Beach PD

SANTOS,KELAN,D

ADAMS'

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.082Control Test 04:21

0.000Air Blank 04:22

# 1Subject Sample 04:22 Subject Test Refused

0.000Breath Volume 04:22

0.000Air Blank 04:23

0.082Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:2702/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:18

Daytona Beach PD

SCHMIDINGER,HUNTER

12/02/2027

403207508

Daytona Beach PD

ROMAN,OSCAR,E

MATKOVIC

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.082Control Test 23:31

0.000Air Blank 23:31

# 1 0.010Subject Sample 23:32

3.492Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.009Subject Sample 23:36

3.503Breath Volume 23:36

0.000Air Blank 23:36

0.082Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4702/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:31

Daytona Beach PD

HICKS,J

12/02/2027

403207508

Volusia County SO

SANTOS,KEELAN,D

LUSIGNAN

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.084Control Test 01:20

0.000Air Blank 01:21

# 1 0.144Subject Sample 01:22

1.242Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.134Subject Sample 01:26

1.175Breath Volume 01:26

0.000Air Blank 01:26

0.082Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1202/22/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:40

Daytona Beach PD

AVIS,J

12/02/2027

403207508

Daytona Beach PD

SANTOS,KEELAN,D

CHARILLO

01/27/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.083Control Test 02:03

0.000Air Blank 02:04

# 1Subject Sample 02:05 Subject Test Refused

0.636Breath Volume 02:05

0.000Air Blank 02:06

0.083Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 02/23/2026 11:18

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:1202/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

21:33

Daytona Beach PD

ROMAN,OSCAR

12/02/2027

403207508

Daytona Beach PD

ROMAN,OSCAR,E

CASIANO

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.083Control Test 22:35

0.000Air Blank 22:36

# 1 0.184Subject Sample 22:37

3.320Breath Volume 22:37

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.179Subject Sample 22:40

3.531Breath Volume 22:40

0.000Air Blank 22:41

0.083Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2002/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

20:27

Daytona Beach PD

VARNER,E

12/02/2027

403207508

Port Orange PD

SANTOS,KEELAN,D

MACKIN

02/23/2026

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.083Control Test 01:31

0.000Air Blank 01:32

# 1 0.092Subject Sample 01:33

1.148Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.094Subject Sample 01:36

1.906Breath Volume 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 03/30/2026 12:55

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3802/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:14

Fernandina Beach PD

KEENEY,TRYSTEN

10/05/2026

25024080A3

Nassau County SO

KENYON,KYLE,A

TATUM

02/04/2026

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

# 1Subject Sample 01:10 Subject Test Refused

0.000Breath Volume 01:10

0.000Air Blank 01:10

0.081Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 03/05/2026 14:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5502/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:20

Fernandina Beach PD

KEENEY,TRYSTEN

10/05/2026

25024080A3

Nassau County SO

KENYON,KYLE,A

NICHOLSON

02/04/2026

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:11

# 1 0.000Subject Sample 01:11

2.113Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.000Subject Sample 01:14

1.726Breath Volume 01:14

0.000Air Blank 01:14

0.081Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 03/05/2026 14:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:1602/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:11

Nassau County SO

SAFAR,B

10/05/2026

25024080A3

Fernandina Beach PD

PASTRANA,TREVOR,J

DUFF

02/04/2026

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.082Control Test 02:06

0.000Air Blank 02:07

# 1 0.170Subject Sample 02:07

2.042Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.175Subject Sample 02:10

1.886Breath Volume 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 03/05/2026 14:53

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:20:1602/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:52

07:40

Nassau County SO

JONES,S

10/05/2026

25024080A3

Nassau County SO

DEAL,JACOB,N

WEEB

02/04/2026

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:13

0.000Air Blank 09:14

0.082Control Test 09:14

0.000Air Blank 09:14

# 1 0.059Subject Sample 09:15

2.609Breath Volume 09:15

0.000Air Blank 09:16

0.000Air Blank 09:17

# 2 0.064Subject Sample 09:18

3.023Breath Volume 09:18

0.000Air Blank 09:19

0.081Control Test 09:19

0.000Air Blank 09:20

OKDiagnostics Check 09:20

Data Download Date/Time: 03/05/2026 14:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:4702/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:31

Nassau County SO

LYDON,A

10/05/2026

25024080A3

Nassau County SO

SMITH,ELIZABETH,E

HADDON

02/04/2026

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:07

# 1 0.144Subject Sample 04:08

3.734Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.136Subject Sample 04:11

4.093Breath Volume 04:11

Air Blank 04:12 Purge Fail

0.000Air Blank 04:12

Data Download Date/Time: 03/05/2026 14:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:0902/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:31

Nassau County SO

LYDON,A

10/05/2026

25024080A3

Nassau County SO

SMITH,ELIZABETH,E

HADDON

02/04/2026

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.074Control Test 04:16 Control Outside Tolerance

0.000Air Blank 04:17

Data Download Date/Time: 03/05/2026 14:54

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:0202/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

19:25

Fort Myers PD

SMITH,TRAEVONNE

01/02/2029

403525131

Fort Myers PD

SMITH,TRAEVONNE,M

NEWCOMER

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.082Control Test 20:09

0.000Air Blank 20:09

# 1 0.000Subject Sample 20:10

3.394Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.000Subject Sample 20:13

3.707Breath Volume 20:13

0.000Air Blank 20:14

0.081Control Test 20:14

0.000Air Blank 20:14

OKDiagnostics Check 20:15

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:3302/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:57

Fort Myers PD

GODINEZ,O

01/02/2029

403525131

Fort Myers PD

SMITH,TRAEVONNE,M

ORTIZ HERNANDEZ

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.081Control Test 20:46

0.000Air Blank 20:47

# 1 0.183Subject Sample 20:47

1.750Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.184Subject Sample 20:50

2.339Breath Volume 20:50

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:1002/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:28

Fort Myers PD

MCBRIDE,TOMMIE

01/02/2029

403525131

Lee County SO

KING,JONATHAN,L

MASSIAH

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:11

0.000Air Blank 05:12

0.081Control Test 05:12

0.000Air Blank 05:13

# 1 0.114Subject Sample 05:13

2.460Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:15

# 2 0.113Subject Sample 05:16

2.250Breath Volume 05:16

0.000Air Blank 05:17

0.079Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:5902/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:02

17:56

FHP Troop F

PEACHMAN,MICHAEL

01/02/2029

403525131

FHP Troop F

PEACHMAN,MICHAEL,W

LAVERDE

02/12/2026

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:31

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:33

# 1 0.087Subject Sample 19:36 Volume Not Met

0.082Breath Volume 19:36

Air Blank 19:36 Sequence Aborted

0.000Air Blank 19:36

Data Download Date/Time: 03/10/2026 14:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:2202/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:14

Lakeland PD

WILSON,KALEB

09/05/2025

14323080A2

Lakeland PD

WILSON,KALEB,R

CASTRO

01/28/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.080Control Test 00:47

0.000Air Blank 00:47

# 1 0.152Subject Sample 00:48

1.105Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.143Subject Sample 00:52

1.480Breath Volume 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 02/25/2026 12:10

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:5602/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:31

Lakeland PD

PAYNE,ABIGAIL

09/05/2025

14323080A2

Lakeland PD

PAYNE,ABIGAIL,D

ALLEN

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1 0.136Subject Sample 02:15

2.789Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.141Subject Sample 02:18

2.738Breath Volume 02:18

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5802/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:58

Lakeland PD

WILSON,KALEB

09/05/2025

14323080A2

Lakeland PD

WILSON,KALEB,R

POWELL

02/25/2026

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:27

# 1 0.142Subject Sample 02:28

1.894Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:30

# 2 0.145Subject Sample 02:31

2.343Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 03/25/2026 13:38

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:2802/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:22

Stuart PD

KUFFNER,PRESTON

12/05/2026

31124080A2

Stuart PD

KUFFNER,PRESTON,S

RAMAUTAR

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.081Control Test 02:08

0.000Air Blank 02:09

# 1 0.188Subject Sample 02:11

1.531Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.184Subject Sample 02:14

1.464Breath Volume 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 02/04/2026 22:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:4202/01/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:25

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

DOMINGO PASCUAL

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.082Control Test 04:22

0.000Air Blank 04:23

# 1 0.236Subject Sample 04:23

1.761Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.218Subject Sample 04:27

1.621Breath Volume 04:27

0.000Air Blank 04:27

0.082Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 02/04/2026 22:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:4602/02/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:34

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

PASCUAL

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.081Control Test 02:25

0.000Air Blank 02:25

# 1 0.209Subject Sample 02:26

2.609Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.198Subject Sample 02:29

2.976Breath Volume 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 02/04/2026 22:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:1302/03/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

02:35

Martin County SO

GUZMAN,J

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

VASQUEZ

01/12/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:35

# 1 0.208Subject Sample 04:35

2.082Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.197Subject Sample 04:38

1.199Breath Volume 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 02/04/2026 22:08

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0402/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:52

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

COOPER

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1 0.195Subject Sample 03:38

2.636Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.185Subject Sample 03:41

1.968Breath Volume 03:41

0.000Air Blank 03:42

0.078Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:43

Data Download Date/Time: 03/05/2026 19:06

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:5102/05/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

20:04

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

BOHOVSKY

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.080Control Test 21:10

0.000Air Blank 21:10

# 1 0.000Subject Sample 21:11

4.398Breath Volume 21:11

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.000Subject Sample 21:14

4.375Breath Volume 21:14

0.000Air Blank 21:14

0.081Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 03/05/2026 19:06

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:1702/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:30

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

MCCOY

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.081Control Test 22:05

0.000Air Blank 22:06

# 1 0.261Subject Sample 22:06

1.644Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.261Subject Sample 22:09

1.488Breath Volume 22:09

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 03/05/2026 19:06

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2002/06/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

23:07

Martin County SO

DONOHUE,MARTIN

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

THOMAS

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

# 1 0.102Subject Sample 23:45

2.496Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.102Subject Sample 23:48

3.417Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 03/05/2026 19:06

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:5902/07/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:25

Stuart PD

LOTT,ERIC

12/05/2026

31124080A2

Stuart PD

LOTT,ERIC,C

CHARBONNIER

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1 0.007Subject Sample 22:57

2.496Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.008Subject Sample 23:00

2.800Breath Volume 23:00

0.000Air Blank 23:01

0.081Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 03/05/2026 19:06

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2502/08/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:06

Martin County SO

BRADY,REBECCA

12/05/2026

31124080A2

Martin County SO

BRADY,REBECCA,A

PEREZ HERNANDEZ

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

# 1 0.118Subject Sample 02:43

1.937Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.112Subject Sample 02:46

1.265Breath Volume 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 03/05/2026 19:06

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:5702/09/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:27

Martin County SO

DONOHUE,MARTIN

12/05/2026

31124080A2

Martin County SO

BRADY,REBECCA,A

NOTARMUZI

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.081Control Test 03:07

0.000Air Blank 03:07

# 1 0.097Subject Sample 03:10 Volume Not Met

0.148Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.141Subject Sample 03:13

2.078Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 3 0.129Subject Sample 03:18

1.460Breath Volume 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 03/05/2026 19:07

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:3002/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:42

Stuart PD

KUFFNER,PRESTON

12/05/2026

31124080A2

Stuart PD

KUFFNER,PRESTON,S

ALVARADO

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:27

# 1 0.254Subject Sample 00:28

1.789Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2Subject Sample 00:31 Slope Not Met

1.187Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 03/05/2026 19:07

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:2002/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:42

Stuart PD

KUFFNER,PRESTON

12/05/2026

31124080A2

Stuart PD

KUFFNER,PRESTON,S

ALVARADO

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

# 1 0.263Subject Sample 00:37

1.742Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.255Subject Sample 00:40

1.750Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 03/05/2026 19:07

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:5102/11/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:07

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

SUCUC TELON

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.080Control Test 22:49

0.000Air Blank 22:49

# 1 0.000Subject Sample 22:50

2.039Breath Volume 22:50

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.000Subject Sample 22:53

1.867Breath Volume 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 03/05/2026 19:07

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:1402/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:57

Martin County SO

BRADY,REBECCA

12/05/2026

31124080A2

Martin County SO

BRADY,REBECCA,A

RODRIGUEZ-PEREZ

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.154Subject Sample 03:39

2.203Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.146Subject Sample 03:42

2.917Breath Volume 03:42

0.000Air Blank 03:43

0.078Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 03/05/2026 19:07

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:0302/12/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:03

15:39

Stuart PD

MATTEUCCI,DANIELLE

12/05/2026

31124080A2

Stuart PD

MATTEUCCI,DANIELLE,D

JONES

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:34

0.000Air Blank 16:35

0.080Control Test 16:35

0.000Air Blank 16:36

# 1 0.188Subject Sample 16:36

3.121Breath Volume 16:36

0.000Air Blank 16:37

0.000Air Blank 16:38

# 2 0.190Subject Sample 16:39

4.582Breath Volume 16:39

0.000Air Blank 16:40

0.076Control Test 16:40

0.000Air Blank 16:40

OKDiagnostics Check 16:41

Data Download Date/Time: 03/05/2026 19:07

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:3002/13/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:15

Martin County SO

DONOHUE,MARTIN

12/05/2026

31124080A2

Martin County SO

BRADY,REBECCA,A

RESCINITI

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1 0.149Subject Sample 01:04

5.378Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.153Subject Sample 01:07

5.179Breath Volume 01:07

0.000Air Blank 01:08

0.080Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 03/05/2026 19:07

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:5402/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

01:02

Stuart PD

ST. THOMAS,JOSHUA

12/05/2026

31124080A2

Stuart PD

ST. THOMAS,JOSHUA,D

RODRIGUEZ

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:34

0.000Air Blank 01:34

# 1 0.202Subject Sample 01:35

4.046Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:37

# 2 0.201Subject Sample 01:38

4.292Breath Volume 01:38

0.000Air Blank 01:38

0.080Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 03/05/2026 19:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:5902/14/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:15

Martin County SO

TUTTLE,ADAM

12/05/2026

31124080A2

Martin County SO

TUTTLE,ADAM,R

RODRIGUEZ-GALVEZ

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.080Control Test 22:22

0.000Air Blank 22:22

# 1 0.194Subject Sample 22:23

2.253Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.197Subject Sample 22:27

1.894Breath Volume 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 03/05/2026 19:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:5502/15/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:48

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

SHILLING

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:26

# 1 0.222Subject Sample 22:26

2.203Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.203Subject Sample 22:30

1.703Breath Volume 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 03/05/2026 19:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:4902/16/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

17:18

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

HARPOLE

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:59

0.000Air Blank 18:00

0.081Control Test 18:00

0.000Air Blank 18:01

# 1 0.000Subject Sample 18:01

3.558Breath Volume 18:01

0.000Air Blank 18:02

0.000Air Blank 18:04

# 2 0.000Subject Sample 18:04

2.386Breath Volume 18:04

0.000Air Blank 18:04

0.079Control Test 18:05

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 03/05/2026 19:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:06:2202/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

12:15

Stuart PD

BURKE,LOGAN

12/05/2026

31124080A2

Stuart PD

BURKE,LOGAN,J

OBRIEN

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:02

0.000Air Blank 13:03

0.079Control Test 13:03

0.000Air Blank 13:04

# 1Subject Sample 13:05 RFI Detect

0.000Breath Volume 13:05

Air Blank 13:05 RFI Detect

0.000Air Blank 13:06

Data Download Date/Time: 03/05/2026 19:34

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:3202/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

12:15

Stuart PD

BURKE,LOGAN

12/05/2026

31124080A2

Stuart PD

BURKE,LOGAN,J

OBRIEN

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:09

0.000Air Blank 13:10

0.080Control Test 13:10

0.000Air Blank 13:11

# 1Subject Sample 13:11 RFI Detect

0.191Breath Volume 13:11

0.000Air Blank 13:12

0.079Control Test 13:12

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:23:2502/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

12:15

Stuart PD

BURKE,LOGAN

12/05/2026

31124080A2

Stuart PD

BURKE,LOGAN,J

OBRIEN

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:15

0.000Air Blank 13:15

0.078Control Test 13:15

0.000Air Blank 13:16

# 1 0.234Subject Sample 13:18

2.355Breath Volume 13:18

0.000Air Blank 13:19

0.000Air Blank 13:20

# 2 0.249Subject Sample 13:21

2.003Breath Volume 13:21

0.000Air Blank 13:22

0.079Control Test 13:22

0.000Air Blank 13:23

OKDiagnostics Check 13:23

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:31:5502/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

12:15

Stuart PD

BURKE,LOGAN

12/05/2026

31124080A2

Stuart PD

BURKE,LOGAN,J

OBRIEN

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:24

0.000Air Blank 13:25

0.078Control Test 13:25

0.000Air Blank 13:26

# 1 0.249Subject Sample 13:27

1.886Breath Volume 13:27

0.000Air Blank 13:27

0.000Air Blank 13:29

# 2 0.249Subject Sample 13:30

2.113Breath Volume 13:30

0.000Air Blank 13:30

0.078Control Test 13:31

0.000Air Blank 13:31

OKDiagnostics Check 13:31

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:1202/18/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:37

Stuart PD

LOTT,ERIC

12/05/2026

31124080A2

Stuart PD

LOTT,ERIC,C

MARTINEZ MOLINA

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1 0.127Subject Sample 23:08

4.382Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.123Subject Sample 23:11

3.683Breath Volume 23:11

0.000Air Blank 23:12

0.079Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:5802/19/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:00

Sewall's Point PD

YAW,COLLIN

12/05/2026

31124080A2

Sewall's Point PD

YAW,COLLIN,R

AZARIGAN

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1 0.111Subject Sample 23:42

2.355Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.110Subject Sample 23:45

1.781Breath Volume 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:5702/20/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:45

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

LOPEZ DOMINGO

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.080Control Test 23:30

0.000Air Blank 23:30

# 1 0.093Subject Sample 23:32

1.812Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:34

# 2 0.085Subject Sample 23:35

1.242Breath Volume 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:1302/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:00

Martin County SO

DONOHUE,M

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

FITZHUGH

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

# 1 0.144Subject Sample 02:32

3.683Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.141Subject Sample 02:35

3.437Breath Volume 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3502/21/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:15

Martin County SO

DONOHUE,M

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

ROGAN

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

# 1 0.226Subject Sample 23:18

3.242Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.225Subject Sample 23:21

2.417Breath Volume 23:21

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:20:5502/23/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:05

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

JENKINS

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:14

0.000Air Blank 17:15

0.081Control Test 17:15

0.000Air Blank 17:16

# 1 0.000Subject Sample 17:16

3.433Breath Volume 17:16

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.000Subject Sample 17:19

4.058Breath Volume 17:19

0.000Air Blank 17:20

0.081Control Test 17:20

0.000Air Blank 17:20

OKDiagnostics Check 17:20

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:53:5202/24/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:53

Stuart PD

BOURNE,RUSSELL

12/05/2026

31124080A2

Stuart PD

BOURNE,RUSSELL,L

COLLINS

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:46

0.000Air Blank 13:46

0.082Control Test 13:46

0.000Air Blank 13:47

# 1 0.000Subject Sample 13:49

1.628Breath Volume 13:49

0.000Air Blank 13:49

0.000Air Blank 13:51

# 2 0.000Subject Sample 13:52

2.445Breath Volume 13:52

0.000Air Blank 13:52

0.082Control Test 13:53

0.000Air Blank 13:53

OKDiagnostics Check 13:53

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:36:0302/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

17:29

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

WARD

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:32

0.000Air Blank 18:33

0.079Control Test 18:33

0.000Air Blank 18:34

# 1Subject Sample 18:34 Subject Test Refused

0.000Breath Volume 18:34

0.000Air Blank 18:35

0.080Control Test 18:35

0.000Air Blank 18:35

OKDiagnostics Check 18:36

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:3902/25/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:01

Martin County SO

THOMAS,CHRISTOPHER

12/05/2026

31124080A2

Martin County SO

THOMAS,CHRISTOPHER,L

MOEN

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1 0.143Subject Sample 21:00

2.308Breath Volume 21:00

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.136Subject Sample 21:03

1.921Breath Volume 21:03

0.000Air Blank 21:03

0.080Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3002/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:12

Martin County SO

BRADY,REBECCA

12/05/2026

31124080A2

Martin County SO

BRADY,REBECCA,A

CILELI

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:14

# 1 0.137Subject Sample 01:16

2.218Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.142Subject Sample 01:21

3.878Breath Volume 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:5002/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

02:52

Martin County SO

CARTER,CAMERON

12/05/2026

31124080A2

Stuart PD

BRADY,REBECCA,A

STOCKDALE

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.078Control Test 04:20

0.000Air Blank 04:20

# 1 0.179Subject Sample 04:21

2.531Breath Volume 04:21

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.176Subject Sample 04:24

1.746Breath Volume 04:24

0.000Air Blank 04:24

0.079Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:51:1402/27/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:08

16:54

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

KIST

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:43

0.000Air Blank 17:44

0.080Control Test 17:44

0.000Air Blank 17:44

# 1 0.000Subject Sample 17:46

3.906Breath Volume 17:46

0.000Air Blank 17:47

0.000Air Blank 17:49

# 2 0.000Subject Sample 17:49

3.273Breath Volume 17:49

0.000Air Blank 17:50

0.080Control Test 17:50

0.000Air Blank 17:51

OKDiagnostics Check 17:51

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.



80-006168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:1002/28/2026

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:47

Martin County SO

LEVENAR,TATIANA

12/05/2026

31124080A2

Martin County SO

LEVENAR,TATIANA,R

STEUART

02/04/2026

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:35

# 1 0.241Subject Sample 22:35

2.597Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.230Subject Sample 22:38

2.761Breath Volume 22:38

0.000Air Blank 22:39

0.078Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 03/05/2026 19:35

30 April 2026Printed:

COBRA ©1997-2014 CMI, Inc.


