FULE ..

INSTRUMENT PROCESSING SHEET

y Putnam County SO

$/N 80-001128

Florida Department of Date In 02/07/2022 DI Completion Date 02/09/2022 wship UOp/u QH/D QcmI QEE
Law Enforcement
Intake By RAW Quality Checks By RAW Date 02/09/22 Flow Calibration By Date
& Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
@ Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 217 Q 30L/min —103mm
Visual Inspection: .
& Case & Handle @ Flow Verification (L/s) (W R—VaIue. : —
B Keyboard B Dry Gas Shelf Flow Column # ATP-105 U Post Calibration Verification (L/s)
B Feot B Breath Tube 32 mm 156 (.139-.169) | Flow Column #
8 Ports B Scrows Tight 36 mm .171 (.156 - .190) 32 mm (.139 - .169)
53 mm .234 (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 515 (.447-.547) | 53 mm (.228 -.278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
W Static Bag U 12v DC Cable Gauge ID # 28421
Notes: @ Stability Checks
Simulator | Serial # Lot #/Exp Maintenance By
0.050 202010A U Battery Replacement
MP5088 10/05/22 U Dry Gas Regulator Replacement
0.080 MP508S 202010B U Breath Tube Replacement
10/05/22 O Other
0.200 202010D
MP5090 10/06/22
0.080 DGS N/A AG113403
05/14/23
Calibration Adjustment By Department Inspection By RAW
Barometric Pressure Gauge ID# Barometric Pressure ID# 26932
Simulator | Serial # Lot # Expiration Gauge 1018 Instrument 1020
0.000 N/A N/A Mouth Alcohol Solution Lot # 2021-D
0.040 Acetone Stock Solution Lot # 2021-C
0.100 Simulator Serial Number
PS087
Interferent
0.300 0.050 MP5088
0.080 DGS N/A 0.080 MP5089
U Post Calibration Adjustment Stability Checks 0200 MP5090
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080 DGS N/A O Calibration Adjustment @ Other Dry control test
Notes/Suggested Service: Hit the wrong button when @ Instrument Complies with Chapter 11D-8, FAC
exiting menu and ran dry control test. -RAW, 02/09/22 U Instrument Does Not Comply with Chapter 11D-8, FAC
@ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use
@l Conduct an Agency Inspection Before Eﬂgsrbtiary Use
Israel Soto L 1 i 245
Tech Review / Date Admir, Rev#8WY Date

FDLE/ATP Form 48 January 2022
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

I certify that I performed

RICHARD A WILLIAMS

Agency: PUTNAM COUNTY SO Serial Number: 80-001128
Time of Inspection: 14:39 Date of Inspection: 02/09/2022 Software: 8100.27
' Check or Test YES NO Check or Test YES | NO
| Diagnostic Check Date and/or Time Adjusted
| (Pre-Ingpection): OK Yes No
[ Minimum Sample Volume Barometric Pressure Sensor
|Check: OK B Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
| Interferent Detect | Yes (Post-Inspection): OK | Yes
Alcohol Free [ 0.05g/210L Test [ 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
| Test ‘ (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202010A Lot#:202010B Lot#:202010D (g/210L)
| Exp: 10/05/2022 Exp: 10/05/2022 - Exp: 10/06/2022 | Lot#:AG113403
| | Exp: 05/14/2023
0.000 ' 0.049 0.079 0.202 0.079
0.000 0.048 0.080 0.202 0.078
0.000 0.049 0.080 0.202 0.079
0.000 0.049 0.080 | 0.202 0.078
¢.000 0.049 0.080 0.202 0.078
0.000 0.049 0.080 0.201 0.678
0.000 0.049 0.080 0.202 0.078
0.000 0.050 0.080 0.201 0.07°
0.000 0.049 0.080 0.202 0.078
¢.000 0.050 | 0.080 0.202 0.079
| Standard Deviations | 0,0005 ~ [o.0003 1 0.0004 0.0005
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.

this inspection in accordance with the provisions of Chapter 11D-8, FAC.

—

/

FDLE/ATP Form 41 —Revised August 2005

Signature and Printed Name

02/03/2022
Date




PUTNAI COUNTY 50 PUTNAH CCLATY SO PUTNY COUNTY 36

Intoxilyeer - Alconol Analyzer Intoxilyzer - Alconol Analyzer Intoxilyzer - Rlcchol Analyzer

fotl Ll S rodel 811 S 81-101128 foce! 8010 S 81-001128
127097202 12/0972022 02/09/2122

Software; 8100.27 Softuare: 8100.27 Softuare: 8100.27

= el e Test gzlil Tire Test g2l Tine
Air Blank 0.00C i Air Blank 2,000 11:2 G Blank 1.000 17
Control Test 0.048 127 Control Test 0.080 133 Control Test 1.203 137
Rir Blax 0.000 H:28 Rir Blank 0.000 11:3 Bir Blank 000 1]:38
Control Test  0.049 iz Control Test .68 11:3¢ (ontrol Test 0212 1:39
Control Test  1.049 tL3dt Control Test  0.080 11:35 control Test 0,201 11241
Rir Blank 2.000 3 Rir Blank 0.600 11:36 Rir 8lank 0,000 11:41
Cantra! Test 3tats Control Test Stats Control Test Stats

Auerage i Auerage 12610 Puerage 0,221

ote Dev 0.0006 5td Dev 0.0002 Ste ey 0.5010

Rel St¢ Deu(@]  1.1863 Re] Std Deu(z)  0.0000 Rel Std Deu(y)  10.4950

105 109 20

Operator s Stgnatire Ooerater’s Signature

PUTNAY COUNTY SO
Intoxiiyzer - Alcohol Anaiyzer
Mode! 80C0 SN 8(-02!128

PUTNAM COUNTY SO
[ntoxilyzer - Rlcoho! Analyzer

foce’ SN 88-C011e8
02/09/2022 Mace: 8020

120672022

Softiare: 810527 Saftuzre: 810027

Test /2Ll Time
i DRV CONTROL TEST |
Air Blank 2,000 11:44 __?I?__E__?[_]IZ .......
Control Test 3,078 il:44
fir 81k 3.000 11:45 N L Tine
ntrol Test 0,078 1145 fest va
Air Blank 5,000 11:4¢ . on I
A ' i Air Blank 1.00 [1:48 SJ'CC bﬂ,‘pf g
;?‘:“g%nlm gggg Hj; (ontrol Test  0.080 lizg Chfdf,s
i : : R 1
Controi Test Stats Rir Bl B4t 90— Go 1128
Average 0.0787
Stg De. 00018 oaloalrr

rel Std Deu(z)  0.733%

>

0

@
Operator’s Signature

Cperator’s Signature
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Return Material Authorization

Ship to: CMI, Inc.

|:| Enforcement Electronics

Shipment to repair facility authorized by: Brian Smith on 6/8/2022
Iltems Returned: Instrument 1 Supplies [1  Other [ Describe:

Instrument Model: ntoxilyzer 8000 Serial Number; 80-001128

Bill To Address: Ship to Address:

Putnam County Sheriff's Office FDLE Off-Site Mail Facility

Florida Department of Law Enforcement

Alcohol Testing Program
813 B Lake Bradford Road
Tallahassee, Fl 32304

Reason for Return:

Instrument arrived at FDLE from the agency.Agency Inspector indicated that the instrument had

'Ambient Fail' exception messages occur during routine inspection, and that the

instrument recently was repaired by CMI. 'Ambient Fail' exception messages were also

observed by a Department Inspector who evaluated the instrument.

Please choose one of the following options:

(11,1 , authorize all repairs.

(2.1 , authorize repairs up to $

3. lrequire an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Brian Smith

Phone #: 386-983-2731 Email: Pksmith@putnamsheriff.org
ATP Contact Name: !srael Soto ATP Email: |sraelSoto@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only



















FUTNAM COUNTY SO
Intoxilyzer - Alcohol Analyzer

Kodel 8000 SN 80-001128
0670672022
Softuare: 8100.27
Test g2l0L Time
fir Blank 0.00% 09: 18
Control Test 0.049 09:19
fir Blank 0.000 08:19
Control Test 0.049 09:20
fir Blank 0.000 09:20
Control Test 0.048 09:21
Rir Blank 0,000 09:22
Control Test Stats

Auerage 0.0487

Std Dev 0.0006

Rel Std Deuz) 1.1863

sz,

Operator’s Signature

Post Stability checkss

PUTNAM COUNTY SO
Intoxilyzer - Ricohol Analyzer

tiode] 8000 SN 80-001128
0670672022
Software: 8180.27
Test 0210l Tine
Rir Blank 0.000 09:23
Control Test 0.078 09:23
fir Blank 0.600 09:24
Control Test 8.079 09:24
fir Blank 0.000 09:25
Control Test 0.079 09:26
Air Blank 0.000 09:26
Control Test Stats
Auerage 0.0787
Std Dev 0.0006
Rel Std Deu(%) 0.7338

wet

W/
Operator’s Signature

PUTNAM COUNTY SO
intoxilyzer - Alcoho! Analyzer
tode! 8000 SN 80-001128
0670672022
Softuare: 8100.27
Test g/2llL Time
fir Blank 0.000 09:34
Control Test 0.08! 09:34
fir Blank 0,000 09:35
Control Test 0.080 09:35
Air Blank 0.000 09:36
Control Test 0.080 09:36
fir Blank 0.000 09:37
Control Test Stats
Auerage 0.0803
Std Dev 0.0006

Rel Std Dev(%)  0.7187

Dey

2d,

Operator’s Signature

PUTNAN COUNTY SO
Intoxilyzer - Rlcohol Analyzer

Hodel 8000 SN 80-001128
1670672022

Software: 8100.27

Test g/2llL Time
fir Blank 0,080 09:27
Control Test 0.200 09:28
air Blank 0.000 09:28
Control Test 0,200 09:29
pir Blank 0.000 09:30
Control Test 0.200 09:30
Air Blank 20,000 09:31
Contro} Test Stats

Ruerage 0,2000

Std Dev 8.0000

Rel Std Deu(%)  0.0000

Gperator’s Signature



Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Agency: PUTNAM COUNTY SO Serial Number: 80-001128
Time of Inspection: 13:33 Date of Inspection: 06/03/2022 Software: 8100.27
Check or Test YES NO
| Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
No
Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Inspection): OK
No
Alcohol Free | 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: ExXp: Lot#:
Exp:

Number of Simulators Used: —’///

Remarks:

Brogssep o gpeedlE JNSTRUMENT . PV

DETERMIVED - PN

) does not comply (

Compllance  wo7

The above instrument complies ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

£ o i

™

PHIL NICODEMO
Signature and Printed Name

06/03/2022
Date

FDLE/ATP Form 40 — March 2004



PUTNAM COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001128
06/06/2022

Software: 8100.27

|  DIAGNOSTICS |
Voltage/Current Test OK
RAM Test OK
EEPROM Checksum Test OK
Real Time Clock Test oK
DSP Test OK
Analytical Stability Test OK
Internal Printer Test OK
Modem Test OK
Temperature Regulation Test OK

2



0.200 Stabilily Test

PUTNAH COUNTY SO
Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001128
06/06/2022

Softuare: 8100.27

Test 9210l Tine
Rir Blank AMBx 122
Air Blank 0.000 1:23

xArbient Fail

4

Operator’s Signature
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Return Material Authorization

Ship to: CMI, Inc.

|:| Enforcement Electronics

Shipment to repair facility authorized by: Brian Smith on 6/8/2022
Items Returned: Instrument 41 Supplies 1  Other [ Describe:

Instrument Model: Intoxilyzer 8000 Serial Number; 80-001128

Bill To Address: Ship to Address:

Putnam County Sheriff's Office FDLE Off-Site Mail Facility

Florida Department of Law Enforcement

Alcohol Testing Program
813 B Lake Bradford Road
Tallahassee, Fl 32304

Reason for Return:

Instrument arrived at FDLE from the agency.Agency Inspector indicated that the instrument had

'Ambient Fail' exception messages occur during routine inspection, and that the

instrument recently was repaired by CMI. 'Ambient Fail' exception messages were also

observed by a Department Inspector who evaluated the instrument.

Please choose one of the following options:

HER , authorize all repairs.

(12,1 , authorize repairs up to $

3. Irequire an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Brian Smith

Phone #: 386-983-2731 Email: Pksmith@putnamsheriff.org
ATP Contact Name: Israel Soto ATP Email: IsraelSoto@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




