Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 01/24/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 09:49:38 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 29122080A2
Expiration 07/12/2025 Expiration 12/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.190
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

A F/M A:SLOPE NOT MET SAMPLE ERROR.

Data Download Date/Time  01/24/2024 10:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 02/27/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 09:40:59 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 29122080A2
Expiration 07/12/2025 Expiration 12/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # (Repeat) 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # (Repeat) 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

A F/M A:OPERATOR ERROR- TEST REDONE. 00: Ambient Fail- AREA CLEARED.

Data Download Date/Time  02/27/2024 09:50

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 03/20/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 09:14:42 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 29122080A2
Expiration 07/12/2025 Expiration 12/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/20/2024 09:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 04/24/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 08:47:04 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 29122080A2
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 12/05/2024
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.081
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.081
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.081
Interferent Detect Test # 3 INT
Remarks:

08: Control Outside Tolerance- TANK NOT CONNECT- RECONNECTE.

Data Download Date/Time  04/24/2024 09:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 05/29/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 09:26:41 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A2
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/29/2024 09:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 06/03/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 14:06:26 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG222203
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 08/10/2024
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.197
0.078
INT
0.000
0.051
0.080
0.197
0.078
INT
0.000
0.050
0.079
0.197
0.079
INT
0.000
0.051
0.080
0.197
0.078
INT
0.000
0.052
0.080
0.197
0.078
INT
0.0006
0.0005
0.0004
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

06/03/2024 14:17




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 06/26/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 09:00:21 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A2
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/26/2024 09:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 07/16/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 11:18:32 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A2
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/16/2024 11:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 08/26/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 10:07:05 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A2
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/26/2024 10:07

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 09/25/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 10:07:31 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A2
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # (Repeat) 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # (Repeat) 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail-CLEAR AREA- RE-TEST.

Data Download Date/Time  09/25/2024 10:09

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 10/23/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 09:46:46 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.076
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.191
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.076
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.077
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.08 g/210L Test # (Repeat) 3 0.077
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

A F/M A:SUBJECT FAIL MA- RETRY. 08: Control Outside Tolerance- WEAK O-RING- TIGHT SIM.

Data Download Date/Time  10/23/2024 09:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 11/20/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 08:23:24 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.189
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.193
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.047
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.077
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.195
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.193
0.20 g/210L Test # (Repeat) 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance- WEAK O-RING- TIGHTEN- RETEST.

Data Download Date/Time  11/20/2024 08:23

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000939

Agency LEE COUNTY SO Date 12/26/2024 Type Agency Inspection
Inspector DUNCAN,NICHOLAS, Time 09:18:25 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202410E
Expiration 10/22/2026

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.190
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/26/2024 09:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 01/11/2024 Type Department Inspection
Inspector SIDDOWAY ,BENJAMIN,W Time 11:00:08 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.200
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.080
0.199
0.079
INT
0.000
0.052
0.081
0.200
0.079
INT
0.000
0.052
0.080
0.200
0.079
INT
0.000
0.052
0.081
0.200
0.079
INT
0.000
0.052
0.080
0.200
0.079
INT
0.0006
0.0005
0.0004
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

01/11/2024 11:11




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 01/25/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY,F Time 09:52:17 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/25/2024 10:03

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 02/27/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY,F Time 11:06:24 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231243
Expiration 07/12/2025 Expiration 10/25/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/27/2024 11:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 03/20/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 11:24:06 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/20/2024 11:35

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 04/10/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL, Time 12:13:43 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/10/2024 13:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 05/16/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 10:32:31 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/16/2024 10:44

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 06/17/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 08:55:41 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/17/2024 08:57

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 07/17/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 10:05:29 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/17/2024 10:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 08/22/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 14:20:21 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/22/2024 14:23

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 10:36:04 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/18/2024 10:38

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 10/23/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY, Time 10:25:30 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/23/2024 10:26

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 11/23/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY, Time 11:10:39 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/23/2024 11:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000940

Agency BREVARD COUNTY SO Date 12/26/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 11:43:57 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202410E
Expiration 10/22/2026

0.20 Lot # 202410E 0.08 Gas Lot # 24923080A3
Expiration 10/22/2026 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/26/2024 11:44

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 01/10/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 11:55:10 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  01/10/2024 12:57

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 02/04/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 09:53:24 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 3392208Al1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  02/04/2024 10:23

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 03/07/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 12:07:30 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 24923080A2
Expiration 03/28/2025 Expiration 06/14/2024 Expiration 06/15/2024 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed. TESTED AT NJC

Data Download Date/Time  03/07/2024 15:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 04/09/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 12:44:31 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

TESTEDT AT NIC

Data Download Date/Time  04/09/2024 13:58

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 05/08/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 10:18:55 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  05/08/2024 14:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 05/31/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 13:45:06 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG222203
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 08/10/2024
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.197
0.077
INT
0.000
0.051
0.080
0.197
0.078
INT
0.000
0.051
0.080
0.197
0.077
INT
0.000
0.051
0.079
0.198
0.077
INT
0.000
0.051
0.080
0.197
0.077
INT
0.0004
0.0004
0.0004
0.0006

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

05/31/2024 14:14




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 06/12/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 15:06:23 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/12/2024 17:24

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 07/04/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 15:52:43 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 01/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.078
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.050
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.078
0.08 g/210L Dry Gas Std Test: OK Yes Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.077
Interferent Detect Test # 3 INT
Remarks:

08: RFI Detect GAS STANDARD TEST/REPEATED.

Data Download Date/Time  07/04/2024 17:39

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 08/12/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 17:55:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.076
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/12/2024 18:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 09/06/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 16:29:09 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.076
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  09/07/2024 17:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 10/02/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 12:39:57 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/02/2024 13:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 11/07/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 13:55:46 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.076
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.076
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.076
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  11/07/2024 17:14

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000941

Agency COLLIER COUNTY SO Date 12/25/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 11:20:17 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.076
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.076
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/25/2024 11:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 01/10/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 15:15:46 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  01/10/2024 15:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 02/04/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 08:43:49 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  02/04/2024 09:09

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 03/07/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 09:56:53 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  03/07/2024 10:53

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 04/08/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 14:03:31 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  04/08/2024 14:51

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 05/09/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 12:23:45 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 24923080A2
Expiration 06/15/2024 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  05/09/2024 12:56

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 06/12/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 14:24:34 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/12/2024 17:18

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 07/04/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 09:18:10 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  07/04/2024 10:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 07/12/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 13:15:00 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.048
0.08 g/210L Test # 4 0.078
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.081
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.078
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.048
0.078
0.198
0.080
INT
0.000
0.049
0.078
0.198
0.081
INT
0.000
0.049
0.079
0.198
0.080
INT
0.000
0.049
0.079
0.197
0.080
INT
0.000
0.049
0.079
0.198
0.080
INT
0.0005
0.0005
0.0003
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

07/12/2024 13:15




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 08/12/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 09:52:10 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/12/2024 10:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 09/03/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 13:52:25 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.080
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.077
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.073
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.080
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.073
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.080
Interferent Detect Test # 3 INT
Remarks:

08: Control Outside Tolerance.

Data Download Date/Time  09/03/2024 14:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 10/02/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 10:41:06 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/02/2024 13:53

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 11/07/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 15:35:33 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 24923080A2 0.08 Gas Lot #
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 10/05/2025 Expiration

Number of Simulators 5 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.000
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.000
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK No 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.000
0.08 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.000
0.20 g/210L Test: OK No Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK No Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.000
0.20 g/210L Test # (Repeat) 3 0.000
Interferent Detect Test # 3 INT

Remarks:

20SIMULATOR.

GAS CYLINDER CONNECTED INSTEAD OF .20 SIMULATORNON COPM:GAS CYLINDER WAS CONNECTED INSTEAD OF

Data Download Date/Time  11/07/2024 17:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 11/07/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 16:20:49 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  11/07/2024 17:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000942

Agency COLLIER COUNTY SO Date 12/25/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 10:35:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/25/2024 12:01

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 01/11/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 14:12:38 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 24923080A2
Expiration 06/15/2024 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  01/11/2024 14:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 02/03/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 10:51:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  02/03/2024 11:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 03/08/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 11:16:30 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 24923080A2
Expiration 06/15/2024 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  03/08/2024 12:34

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 04/08/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 10:30:39 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 24923080A2
Expiration 06/15/2024 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No Alcohol Free Test # (Repeat) 1 0.000
Minimum Sample Volume Check: OK 0.05 g/210L Test # 1 0.051
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # 1 0.080
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.198
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2
Alcohol Free Test: OK Yes Alcohol Free Test # (Repeat) 2 0.000
0.05 g/210L Test: OK Yes 0.05 g/210L Test # 2 0.051
0.08 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.080
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
Interferent Detect Test # 2 INT
Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

00: RFI Detect.

Data Download Date/Time  04/08/2024 14:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 04/08/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 11:06:32 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 24923080A2
Expiration 06/15/2024 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  04/08/2024 14:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 05/08/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 14:58:35 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 24923080A2
Expiration 06/15/2024 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  05/08/2024 15:34

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 06/13/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 13:06:47 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/13/2024 14:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 07/04/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 07:29:23 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

AF/M A:TOO MUCH ALCH SOLUTION USED.

Data Download Date/Time  07/04/2024 09:56

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 07/12/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 13:01:19 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.196
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.079
0.196
0.080
INT
0.000
0.051
0.080
0.196
0.079
INT
0.000
0.051
0.079
0.196
0.080
INT
0.000
0.051
0.080
0.197
0.079
INT
0.000
0.050
0.080
0.196
0.079
INT
0.0005
0.0005
0.0003
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

07/12/2024 13:04




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 08/12/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 08:52:03 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/12/2024 10:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 09/06/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 10:32:06 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  09/06/2024 10:54

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 10/03/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 12:23:48 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/03/2024 13:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 11/06/2024 Type Agency Inspection
Inspector LANDAS,CARTER, Time 08:30:48 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

TESTED AT NJC

Data Download Date/Time  11/06/2024 10:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000943

Agency COLLIER COUNTY SO Date 12/25/2024 Type Agency Inspection
Inspector GONZALES,YVETTE,R Time 08:59:31 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/25/2024 09:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000946

Agency CHARLOTTE COUNTY SO Date 03/24/2024 Type Agency Inspection
Inspector CHANDLER,VANESSA,N Time 22:49:32 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 06723080A5
Expiration 03/28/2025 Expiration 06/14/2024 Expiration 06/15/2024 Expiration 04/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.075
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  03/24/2024 23:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000946

Agency CHARLOTTE COUNTY SO Date 04/29/2024 Type Agency Inspection
Inspector DEMPSTER,PAUL,R Time 21:08:32 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 06723080A5
Expiration 03/28/2025 Expiration 06/14/2024 Expiration 06/15/2024 Expiration 04/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed. CLEANED AND INSPECTED

Data Download Date/Time  04/29/2024 21:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000946

Agency CHARLOTTE COUNTY SO Date 04/29/2024 Type Agency Inspection
Inspector KERN,MICHAEL,P Time 22:32:42 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 06723080A5
Expiration 07/12/2025 Expiration 04/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

A F /M A: RFI Detect.

Data Download Date/Time  05/31/2024 08:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000946

Agency CHARLOTTE COUNTY SO Date 07/03/2024 Type Agency Inspection
Inspector GUTSCHOW,TAYLOR,D Time 10:27:30 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

AI'NOT CONDUCTED. BYPASSED TO BRING OUT OF DISABLED MODE.

Data Download Date/Time  07/03/2024 10:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000946

Agency CHARLOTTE COUNTY SO Date 07/03/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 14:25:41 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0005 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.078
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.078
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000946

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.079
0.196
0.079
INT
0.000
0.049
0.079
0.197
0.078
INT
0.000
0.050
0.079
0.197
0.078
INT
0.000
0.050
0.078
0.197
0.079
INT
0.000
0.049
0.079
0.197
0.078
INT
0.0004
0.0006
0.0006
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

07/03/2024 14:29




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000946

Agency CHARLOTTE COUNTY SO Date 07/21/2024 Type Agency Inspection
Inspector BUTZER,PAIGE,A Time 12:38:38 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 06723080A5
Expiration 07/12/2025 Expiration 04/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

CLEANED AND INSPECTED

Data Download Date/Time  07/21/2024 12:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Agency CHARLOTTE COUNTY SO
Inspector LEONARD,ALEYA,D

80-000946

Date 08/15/2024
Time 20:36:40

Type Agency Inspection

Software 8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 5 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No Interferent Detect Test # 1 0.000
Minimum Sample Volume Check: OK Alcohol Free Test # 2 0.000
Barometric Pressure Sensor Check: OK Interferent Detect Test # 2 0.000
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # 3 0.000
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 3 0.000
Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK Yes

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Int Det: INTERFRENT AADDED THOUGH NOT BEING PICKED UP

. Non-compliance: INTERFERENT NOT DETECTED.

Data Download Date/Time  08/23/2024 12:05

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000946

Agency CHARLOTTE COUNTY SO Date 08/15/2024 Type Agency Inspection
Inspector LEONARD,ALEYA,D Time 21:50:01 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231592
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

REVIEW

Data Download Date/Time  08/23/2024 12:05

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 01/17/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 12:34:31 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.081
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.078
0.20 g/210L Test # 5 0.199
0.08 g/210L Dry Gas Std Test # 5 0.082
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.078
0.199
0.081
INT
0.000
0.049
0.078
0.199
0.081
INT
0.000
0.050
0.079
0.199
0.081
INT
0.000
0.049
0.079
0.199
0.081
INT
0.000
0.049
0.079
0.199
0.081
INT
0.0003
0.0005
0.0004
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

01/17/2024 13:29




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 04/05/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 16:59:46 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 01524080A1
Expiration 06/15/2024 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/05/2024 17:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 06/08/2024 Type Agency Inspection
Inspector PALLADINO,JOSEPH,D Time 15:33:41 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 01524080A1
Expiration 06/15/2024 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/08/2024 16:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 07/07/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 15:12:49 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

AF/MA:.

Data Download Date/Time  07/07/2024 15:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 08/28/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 13:25:55 Software  8100.27

0.05 Lot # 202303J
Expiration 03/20/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01523080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/28/2024 13:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 09/29/2024 Type Agency Inspection
Inspector PALLADINO,JOSEPH,D Time 14:34:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/01/2024 08:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 10/16/2024 Type Agency Inspection
Inspector PALLADINO,JOSEPH,D Time 14:45:00 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 1524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/16/2024 15:35

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 11/14/2024 Type Agency Inspection
Inspector PALLADINO,JOSEPH,D Time 15:02:50 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/14/2024 16:44

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000947

Agency GLADES COUNTY SO Date 12/14/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 11:27:00 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/14/2024 11:39

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 01/15/2024 Type Agency Inspection
Inspector PALLADINO,JOSEPH,D Time 09:34:25 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 06022080A4
Expiration 06/15/2024 Expiration 04/05/2024

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.075
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.045
0.08 g/210L Test # 3 0.075
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/15/2024 09:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 02/29/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 16:33:01 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 06022080A4
Expiration 06/15/2024 Expiration 04/05/2024

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/29/2024 17:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 04/05/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 14:57:06 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 01524080A1
Expiration 06/15/2024 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/05/2024 15:40

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 06/08/2024 Type Agency Inspection
Inspector PALLADINO,JOSEPH,D Time 16:16:25 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 01524080A1
Expiration 03/28/2025 Expiration 06/14/2024 Expiration 06/15/2025 Expiration 03/05/2026
Number of Simulators 4 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  06/08/2024 16:40

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 07/07/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 16:34:19 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 03/05/2026
Number of Simulators 4 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  07/07/2024 16:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 08/28/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 17:35:04 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 03/05/2026
Number of Simulators 4 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  08/28/2024 16:14

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 09/24/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 15:15:17 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0010 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.052
0.079
0.198
0.080
INT
0.000
0.052
0.080
0.199
0.081
INT
0.000
0.053
0.081
0.199
0.081
INT
0.000
0.053
0.081
0.199
0.081
INT
0.000
0.053
0.081
0.200
0.081
INT
0.0016
0.0010
0.0011
0.0006

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

09/24/2024 15:31




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 10/16/2024 Type Agency Inspection
Inspector PALLADINO,JOSEPH,D Time 15:11:58 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 1524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/16/2024 16:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 11/14/2024 Type Agency Inspection
Inspector PALLADINO,JOSEPH,D Time 15:51:01 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/14/2024 17:03

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000948

Agency GLADES COUNTY SO Date 12/14/2024 Type Agency Inspection
Inspector ARNOLD,TRAVIS,J Time 08:57:55 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/14/2024 09:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000950

Agency HAVANA PD Date 10/29/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 13:54:28 Software  8100.27
0.05 Lot # 202406K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG325603
Expiration 06/19/2026 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 09/13/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.048
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.196
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000950

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.048
0.079
0.195
0.079
INT
0.000
0.048
0.079
0.195
0.080
INT
0.000
0.048
0.079
0.196
0.079
INT
0.000
0.048
0.079
0.195
0.079
INT
0.000
0.048
0.079
0.195
0.079
INT
0.0003
0.0003
0.0005
0.0008

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

10/29/2024 13:54




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000950

Agency HAVANA PD Date 11/04/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:57:44 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/04/2024 15:58

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000950

Agency HAVANA PD Date 12/26/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:51:53 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/26/2024 11:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 01/23/2024 Type Agency Inspection
Inspector MCNEIL,DARRIN,J Time 20:54:03 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 1474747
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 04/12/2024
Number of Simulators 5 Compliance No
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.071
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.072
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK No Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.078
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.071
0.08 g/210L Dry Gas Std Test: OK No 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.072
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.072
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.072
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed. 08: Control Outside Tolerance/TIGHTEN DRY GAS AND RETESTED,. Non-compliance:DRY GAS TEST
OUTSIDE OF TOLERANCE.

Data Download Date/Time  01/26/2024 13:26

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 02/16/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 12:44:21 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.196
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.196
0.080
INT
0.000
0.050
0.080
0.196
0.080
INT
0.000
0.050
0.080
0.196
0.080
INT
0.000
0.049
0.080
0.196
0.079
INT
0.000
0.050
0.080
0.196
0.080
INT
0.0004
0.0005
0.0003
0.0006

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

02/16/2024 13:06




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 02/16/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 15:39:29 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.196
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.197
0.079
INT
0.000
0.049
0.079
0.196
0.079
INT
0.000
0.050
0.079
0.197
0.080
INT
0.000
0.049
0.079
0.197
0.080
INT
0.000
0.049
0.079
0.196
0.080
INT
0.0003
0.0004
0.0005
0.0006

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

02/16/2024 16:02




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 03/31/2024 Type Agency Inspection
Inspector MCNEIL,DARRIN,J Time 11:44:27 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 1474747
Expiration 07/12/2025 Expiration 04/12/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/02/2024 12:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 04/27/2024 Type Agency Inspection
Inspector CORONILLA,DANIEL, Time 21:15:18 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402872586
Expiration 07/12/2025 Expiration 10/12/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/01/2024 12:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 05/15/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 15:12:07 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG222203
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 08/10/2024
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.079
0.197
0.079
INT
0.000
0.050
0.079
0.197
0.079
INT
0.000
0.050
0.079
0.197
0.079
INT
0.000
0.050
0.079
0.196
0.079
INT
0.000
0.050
0.079
0.197
0.079
INT
0.0003
0.0000
0.0005
0.0003

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

05/15/2024 15:23




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 07/01/2024 Type Agency Inspection
Inspector CORONILLA,DANIEL, Time 01:05:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402872586
Expiration 07/12/2025 Expiration 10/12/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/01/2024 13:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 07/29/2024 Type Agency Inspection
Inspector CORONILLA,DANIEL, Time 04:01:49 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402872586
Expiration 07/12/2025 Expiration 10/12/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/01/2024 11:34

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 08/26/2024 Type Agency Inspection
Inspector CORONILLA,DANIEL, Time 02:13:41 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402872586
Expiration 07/12/2025 Expiration 10/12/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.000
Minimum Sample Volume Check: OK 0.05 g/210L Test # (Repeat) 1 0.048
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # 1 0.078
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.195
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.000
0.05 g/210L Test: OK Yes 0.05 g/210L Test # (Repeat) 2 0.049
0.08 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.000
0.05 g/210L Test # (Repeat) 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

05:FORGOT TO PLUG SIM IN.

Data Download Date/Time  08/30/2024 12:51

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 09/30/2024 Type Agency Inspection
Inspector CORONILLA,DANIEL, Time 01:05:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402872586
Expiration 07/12/2025 Expiration 10/12/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/03/2024 13:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000951

Agency HENDRY COUNTY SO Date 11/04/2024 Type Agency Inspection
Inspector CORONILLA,DANIEL, Time 01:36:24 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402872586
Expiration 07/12/2025 Expiration 10/12/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/04/2024 12:40

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 04/11/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 14:09:29 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.077
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.048
0.079
0.196
0.078
INT
0.000
0.049
0.078
0.197
0.078
INT
0.000
0.049
0.079
0.196
0.078
INT
0.000
0.049
0.079
0.197
0.078
INT
0.000
0.049
0.079
0.197
0.078
INT
0.0004
0.0004
0.0004
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

04/11/2024 14:17




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 06/25/2024 Type Agency Inspection
Inspector NICODEMO,PHIL, Time 08:53:45 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT.COMPLIANCE NOT DETERMINED

Data Download Date/Time  06/25/2024 11:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 06/25/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 11:43:55 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.078
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.078
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.078
0.198
0.079
INT
0.000
0.050
0.079
0.198
0.079
INT
0.000
0.050
0.078
0.198
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.049
0.078
0.198
0.079
INT
0.0004
0.0004
0.0000
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

06/25/2024 11:49




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 07/08/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:31:01 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  07/09/2024 08:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 08/29/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:26:34 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  08/29/2024 11:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 09/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:17:50 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.045
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.075
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.192
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.045
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.075
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.075
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.045
0.08 g/210L Test # 3 0.075
0.08 g/210L Test # (Repeat) 3 0.076
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance WEAK SIMM.

Data Download Date/Time  09/24/2024 12:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 10/29/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:53:34 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/29/2024 15:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 11/14/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:03:48 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/14/2024 12:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000952

Agency FRANKLIN COUNTY SO Date 12/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:36:05 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/24/2024 11:39

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 05/03/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 10:22:36 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Data Download Date/Time  05/03/2024 10:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 05/06/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 11:05:08 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.078
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.048
0.08 g/210L Test # 5 0.078
0.20 g/210L Test # 5 0.196
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.078
0.197
0.079
INT
0.000
0.048
0.078
0.196
0.079
INT
0.000
0.049
0.078
0.197
0.079
INT
0.000
0.048
0.078
0.196
0.079
INT
0.000
0.049
0.078
0.196
0.079
INT
0.0005
0.0003
0.0005
0.0000

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

05/06/2024 11:13




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 07/01/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 12:54:09 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Data Download Date/Time  07/02/2024 12:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 07/02/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 12:44:32 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.078
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.050
0.079
0.198
0.079
INT
0.000
0.050
0.078
0.198
0.079
INT
0.0005
0.0004
0.0003
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

07/02/2024 12:45




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 07/29/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:28:54 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  07/29/2024 15:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 08/13/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 15:48:34 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.197
0.079
INT
0.000
0.049
0.079
0.198
0.080
INT
0.000
0.049
0.078
0.197
0.080
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.197
0.079
INT
0.0000
0.0004
0.0007
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

08/13/2024 15:48




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 08/27/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:41:30 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  09/24/2024 12:13

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 09/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:25:49 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  09/24/2024 12:13

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 10/29/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 16:02:08 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/29/2024 16:01

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 11/14/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:15:57 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.076
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/14/2024 12:18

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000953

Agency FRANKLIN COUNTY SO Date 12/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:44:17 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/24/2024 11:42

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 01/22/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:54:27 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  01/22/2024 13:04

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 02/20/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:41:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  02/20/2024 13:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 03/26/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 13:12:16 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  04/15/2024 13:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 04/11/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:27:02 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 020 Lot# N 0.08 Gas Lot # 33922080A1
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 01/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  04/15/2024 13:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 05/08/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 13:14:05 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.190
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  05/08/2024 13:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 06/11/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:14:56 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.054
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  06/17/2024 10:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 07/31/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:36:00 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  08/06/2024 10:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 08/06/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 10:47:48 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Data Download Date/Time  08/06/2024 10:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 08/30/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 12:24:52 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.052
0.08 g/210L Test # 4 0.081
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.052
0.08 g/210L Test # 5 0.081
0.20 g/210L Test # 5 0.199
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.082
0.199
0.080
INT
0.000
0.052
0.081
0.199
0.081
INT
0.000
0.052
0.081
0.199
0.080
INT
0.000
0.052
0.081
0.199
0.080
INT
0.000
0.052
0.081
0.199
0.081
INT
0.0005
0.0003
0.0003
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

08/30/2024 12:25




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:42:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  09/18/2024 12:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 10/30/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:08:54 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/30/2024 11:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 11/04/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:44:42 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/04/2024 14:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000954

Agency JEFFERSON COUNTY SO Date 12/23/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 13:45:50 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.053
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/23/2024 13:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 01/22/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:44:23 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  01/22/2024 13:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 02/20/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:39:36 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  02/20/2024 13:14

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 03/26/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 13:07:00 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  03/26/2024 13:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 04/15/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:38:41 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  04/15/2024 13:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

CMI, Inc. Intoxilyzer 8000 Serial Number:

Agency JEFFERSON COUNTY SO
Inspector HENING,FRED,C

0.05 Lot # 202303J
Expiration 03/28/2025

Number of Simulators 5

Date
Time

80-000956

0.08 Lot # 202307A
Expiration 07/11/2025

05/08/2024
13:11:04

0.20 Lot # 202307C
Expiration 07/12/2025

Alcohol Testing Program

Inspection Test Electronic Data

Type Agency Inspection

Software  8100.27

Compliance No

0.08 Gas Lot #

Expiration

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.182
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK No 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.190
0.08 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.185
0.20 g/210L Test: OK No Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK No Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.189
0.20 g/210L Test # (Repeat) 3 0.189
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance COLD IN ROOM, SIMM READING LO. Non-compliance: CONTROL OUTSIDE TOLERANCE.

Data Download Date/Time  05/28/2024 10:40

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 05/28/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 10:33:34 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Data Download Date/Time  05/28/2024 10:40

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 06/14/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 10:36:23 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.199
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.079
0.198
0.079
INT
0.000
0.050
0.080
0.199
0.079
INT
0.000
0.050
0.080
0.198
0.079
INT
0.000
0.050
0.080
0.199
0.079
INT
0.000
0.050
0.080
0.199
0.079
INT
0.0000
0.0005
0.0005
0.0003

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

06/14/2024 10:36




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 07/08/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:52:04 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  07/09/2024 09:09

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 08/14/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:58:10 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.211
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.202
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.051
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.081
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.207
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.200
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.205
0.20 g/210L Test # (Repeat) 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance SIMM TOO HOT.

Data Download Date/Time  08/14/2024 15:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 09/26/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 08:03:21 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/23/2024 08:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 10/21/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 18:28:22 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/23/2024 08:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 11/13/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:56:14 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/13/2024 15:54

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000956

Agency JEFFERSON COUNTY SO Date 12/18/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 17:04:01 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.190
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.192
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/18/2024 17:05

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000957

Agency LEON COUNTY SO Date 06/19/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 10:27:57 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE UNDETERMINED

Data Download Date/Time  06/19/2024 10:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000957

Agency LEON COUNTY SO Date 06/26/2024 Type Department Inspection

Inspector PLATT,SHAYLA.,D Time 10:38:52 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 5 Average Standard Deviation Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No Alcohol Free Test # (Repeat) 1 0.000
Minimum Sample Volume Check: OK Yes Alcohol Free Test # 2 0.000
Barometric Pressure Sensor Check: OK Yes Alcohol Free Test # (Repeat) 2 0.000
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # 3 INT
Mouth Alcohol Test: Slope Not Met Yes Alcohol Free Test # (Repeat) 3 0.000
Interferent Detect Test: Interferent Detect No Alcohol Free Test # (Repeat) 4 INT
Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

00: Interferent Detect, Interferent Detect. Non-compliance:INT DETECT OBTAINED .

Data Download Date/Time  06/26/2024 10:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000957

Agency LEON COUNTY SO Date 07/02/2024 Type Department Inspection

Inspector PLATT,SHAYLA.,D Time 13:44:21 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 5 Average Standard Deviation Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No Alcohol Free Test # (Repeat) 1 0.000
Minimum Sample Volume Check: OK Yes Alcohol Free Test # 2 0.000
Barometric Pressure Sensor Check: OK Yes Alcohol Free Test # (Repeat) 2 0.000
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # 3 INT
Mouth Alcohol Test: Slope Not Met Yes Alcohol Free Test # (Repeat) 3 0.000
Interferent Detect Test: Interferent Detect No Alcohol Free Test # (Repeat) 4 INT
Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

00: Interferent Detect, Interferent Detect. Non-compliance: .

Data Download Date/Time  07/02/2024 13:44

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000957

Agency LEON COUNTY SO Date 12/05/2024 Type Agency Inspection
Inspector NICODEMO,PHIL, Time 10:16:54 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT.COMPLIANCE NOT DETERMINED

Data Download Date/Time  12/05/2024 10:23

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000957

Agency LEON COUNTY SO Date 12/05/2024 Type Department Inspection

Inspector NICODEMO,PHIL, Time 13:18:04 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 5 Average Standard Deviation Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No Alcohol Free Test # (Repeat) 1 0.000
Minimum Sample Volume Check: OK Yes Alcohol Free Test # 2 INT
Barometric Pressure Sensor Check: OK Yes Alcohol Free Test # (Repeat) 2 0.000
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # (Repeat) 3 INT
Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

00: Interferent Detect, CLEARED AREA,TURN ON FAN,REPEAT . Non-compliance:INTERFERENT DETECT FAIL.

Data Download Date/Time  12/05/2024 13:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000958

Agency LEON COUNTY SO Date 10/10/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 12:08:20 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Data Download Date/Time  10/10/2024 12:07

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000958

Agency LEON COUNTY SO Date 10/10/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 15:01:04 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG325603
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 09/13/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.203
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.203
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.203
0.08 g/210L Dry Gas Std Test # 4 0.083
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.204
0.08 g/210L Dry Gas Std Test # 5 0.083
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000958

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.080
0.203
0.083
INT
0.000
0.050
0.080
0.204
0.083
INT
0.000
0.051
0.080
0.204
0.083
INT
0.000
0.051
0.080
0.204
0.083
INT
0.000
0.050
0.080
0.204
0.083
INT
0.0005
0.0003
0.0005
0.0006

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

10/10/2024 15:00




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000958

Agency LEON COUNTY SO Date 10/30/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:29:27 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.203
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.203
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/30/2024 12:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000958

Agency LEON COUNTY SO Date 11/04/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:00:44 Software  8100.27
0.05 Lot # 202307C 0.08 Lot # 202307A 0.20 Lot # 202402E 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 07/11/2025 Expiration 02/27/2026 Expiration 01/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.045
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.072
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.078
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.201
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.045
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.073
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.079
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.045
0.08 g/210L Test # 3 0.072
0.08 g/210L Test # (Repeat) 3 0.078
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Remarks:

08: Control Outside Tolerance UNKNOWN.

Data Download Date/Time  11/04/2024 14:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000958

Agency LEON COUNTY SO Date 12/18/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:02:31 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.194
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.076
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.195
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.198
0.20 g/210L Test # (Repeat) 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

20: RFI Detect PHONE TOO CLOSE.

Data Download Date/Time  12/18/2024 15:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 01/22/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:40:10 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  01/22/2024 13:07

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 01/30/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 14:25:18 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.200
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.199
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.080
0.200
0.079
INT
0.000
0.051
0.080
0.199
0.079
INT
0.000
0.051
0.080
0.200
0.079
INT
0.000
0.051
0.080
0.200
0.079
INT
0.000
0.051
0.080
0.200
0.079
INT
0.0000
0.0003
0.0004
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

01/30/2024 14:35




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 02/29/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:08:24 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  04/10/2024 12:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 03/07/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:30:50 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  04/10/2024 12:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 04/10/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:32:39 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 01/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.083
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.207
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.051
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.083
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.205
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.000
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.079
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.083
0.20 g/210L Test # 3 0.204
0.08 g/210L Dry Gas Std Test # 3 0.079
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.079
Interferent Detect Test # 3 INT
Remarks:

08: Control Outside Tolerance BOTTLE NOT SECURE.

Data Download Date/Time  04/10/2024 12:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 05/13/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:11:35 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # (Repeat) 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.207
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # (Repeat) 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.206
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.205
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail TOO MUCH ALCOHOL IN ROOM.

Data Download Date/Time  05/16/2024 10:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 06/26/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 10:42:54 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.205
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.203
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  06/26/2024 10:52

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 07/31/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:48:51 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  07/31/2024 11:53

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 08/13/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 12:45:39 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.078
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.079
0.197
0.080
INT
0.000
0.049
0.079
0.197
0.080
INT
0.000
0.050
0.079
0.197
0.080
INT
0.000
0.050
0.079
0.197
0.080
INT
0.000
0.050
0.079
0.197
0.079
INT
0.0005
0.0003
0.0000
0.0003

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

08/13/2024 12:47




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 08/27/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:59:44 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  09/18/2024 15:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:29:57 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  09/18/2024 15:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 10/30/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:19:03 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/30/2024 11:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 11/04/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 16:02:32 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/04/2024 16:03

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000959

Agency GADSDEN COUNTY SO Date 12/23/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:45:05 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/23/2024 15:15

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Agency LIBERTY COUNTY SO Date 01/18/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:41:34 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  01/29/2024 16:14

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Agency LIBERTY COUNTY SO Date 06/14/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 13:10:52 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.0004
0.0000
0.0003
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

06/14/2024 13:13




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Agency LIBERTY COUNTY SO Date 07/08/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:41:53 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  07/09/2024 08:44

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Agency LIBERTY COUNTY SO Date 08/21/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:29:23 Software  8100.27

0.05 Lot # 202303J
Expiration 03/26/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  08/21/2024 14:34

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Agency LIBERTY COUNTY SO Date 09/26/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 08:13:31 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/23/2024 09:18

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Agency LIBERTY COUNTY SO Date 10/21/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 18:20:50 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/23/2024 09:18

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Agency LIBERTY COUNTY SO Date 11/13/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 16:01:24 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/13/2024 16:04

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000960

Agency LIBERTY COUNTY SO Date 12/18/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:18:08 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/18/2024 15:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 01/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:26:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  01/24/2024 15:35

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 02/19/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:33:04 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  02/19/2024 12:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 03/13/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:32:29 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.203
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.082
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.203
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.082
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  03/13/2024 12:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 04/15/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:30:55 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  04/15/2024 13:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 05/15/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:34:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  05/15/2024 11:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 06/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 17:22:33 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  06/26/2024 12:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 07/08/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 16:18:35 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  07/09/2024 09:03

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 07/26/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 12:19:49 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.198
0.080
INT
0.000
0.050
0.080
0.198
0.079
INT
0.000
0.051
0.080
0.198
0.079
INT
0.000
0.050
0.080
0.198
0.079
INT
0.000
0.050
0.080
0.198
0.079
INT
0.0004
0.0004
0.0003
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

07/26/2024 12:20




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 08/27/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:45:25 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  08/28/2024 12:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 09/25/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 21:21:21 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/23/2024 09:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 10/21/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 17:03:44 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/23/2024 09:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 11/14/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:10:42 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/14/2024 12:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000961

Agency WAKULLA COUNTY SO Date 12/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:57:33 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/24/2024 11:56

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Agency WAKULLA COUNTY SO

80-000962

Date 01/24/2024

Type Agency Inspection

Inspector HENING,FRED,C Time 15:10:03 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration 03/28/2025 Expiration Expiration Expiration

Number of Simulators 5 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.043
Minimum Sample Volume Check: OK 0.05 g/210L Test # (Repeat) 1 0.043
Barometric Pressure Sensor Check: OK Interferent Detect Test # 1 INT
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # 2 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.05 g/210L Test # 2 0.044
Interferent Detect Test: Interferent Detect Yes 0.05 g/210L Test # (Repeat) 2 0.044
Diagnostic Check (Post-Inspection): OK No Interferent Detect Test # 2 INT
Alcohol Free Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test: OK No 0.05 g/210L Test # 3 0.043
0.08 g/210L Test: OK No 0.05 g/210L Test # (Repeat) 3 0.044
0.20 g/210L Test: OK No Interferent Detect Test # 3 INT
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

05: Control Outside Tolerance WEAK SOLUTION, Control Outsid. WEAK SOLUTIONNon-compliance: WEAK SOLUTION.

Data Download Date/Time  01/25/2024 12:26

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 01/25/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:22:45 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  01/25/2024 12:26

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Agency WAKULLA COUNTY SO

80-000962

Date 02/19/2024

Type Agency Inspection

Inspector HENING,FRED,C Time 11:29:54 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration 03/28/2025 Expiration Expiration Expiration

Number of Simulators 5 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.044
Minimum Sample Volume Check: OK 0.05 g/210L Test # (Repeat) 1 0.044
Barometric Pressure Sensor Check: OK Interferent Detect Test # 1 INT
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # 2 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.05 g/210L Test # 2 0.044
Interferent Detect Test: Interferent Detect Yes 0.05 g/210L Test # (Repeat) 2 0.045
Diagnostic Check (Post-Inspection): OK No Interferent Detect Test # 2 INT
Alcohol Free Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test: OK No 0.05 g/210L Test # 3 0.044
0.08 g/210L Test: OK No 0.05 g/210L Test # (Repeat) 3 0.044
0.20 g/210L Test: OK No Interferent Detect Test # 3 INT
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

05: Control Outside Tolerance WEAK SOLUTION, Control Outsid. WEAK SOLUTIONNon-compliance: WEAK SOLUTION.

Data Download Date/Time  02/19/2024 12:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 02/19/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:29:58 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  02/19/2024 12:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 03/13/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:44:21 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1
Expiration 06/15/2024 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.078
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.197
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.078
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.08 g/210L Test # (Repeat) 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

08: RFI Detect PHONE TOO CLOSE.

Data Download Date/Time  03/13/2024 12:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 04/11/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 14:26:46 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  04/15/2024 13:39

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 05/15/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:23:56 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # (Repeat) 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.045
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # (Repeat) 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.045
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.045
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail TOO MUCH ALCOHOL IN ROOM.

Data Download Date/Time  05/15/2024 12:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Agency WAKULLA COUNTY SO

80-000962

Date  06/24/2024 Type

Agency Inspection

Inspector HENING,FRED,C Time 16:14:25 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration 03/28/2025 Expiration Expiration Expiration

Number of Simulators 5 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.042
Minimum Sample Volume Check: OK 0.05 g/210L Test # (Repeat) 1 0.043
Barometric Pressure Sensor Check: OK Interferent Detect Test # (Repeat) 1 INT
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # 2 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.05 g/210L Test # 2 0.042
Interferent Detect Test: Interferent Detect Yes 0.05 g/210L Test # (Repeat) 2 0.043
Diagnostic Check (Post-Inspection): OK No Interferent Detect Test # (Repeat) 2 INT
Alcohol Free Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test: OK No 0.05 g/210L Test # 3 0.042
0.08 g/210L Test: OK No 0.05 g/210L Test # (Repeat) 3 0.043
0.20 g/210L Test: OK No Interferent Detect Test # (Repeat) 3 INT
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

compliance:UNKNOWN.

Int Det: RFI Detect PHONE TOO CLOSE. 05: Control Outside Tolerance LOOSE SEAL, Control Outside T. Non-

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

06/26/2024 12:39




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 06/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 17:24:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  06/26/2024 12:39

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 07/08/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 16:35:32 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  07/08/2024 16:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 08/29/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:37:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  09/18/2024 12:37

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:35:27 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 01/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.189
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.191
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.046
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.075
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.190
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.192
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.075
0.20 g/210L Test # 3 0.192
0.20 g/210L Test # (Repeat) 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Remarks:

20: Control Outside Tolerance UNKNOWN.

Data Download Date/Time  09/18/2024 12:37

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 10/30/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 12:31:21 Software  8100.27
0.05 Lot # 202402E 0.08 Lot # 202307A 020 Lot# N 0.08 Gas Lot # 33922080A1
Expiration 02/27/2026 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 01/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.192
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/30/2024 12:34

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 11/04/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 16:10:30 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 33922080A1 0.08 Gas Lot # 33922080A1
Expiration 01/05/2025 Expiration 01/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.192
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/06/2024 14:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 11/06/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 14:25:02 Software  8100.27
0.05 Lot # 202406K 0.08 Lot # 202406L 0.20 Lot # 202406N 0.08 Gas Lot # AG310901
Expiration 06/19/2026 Expiration 06/19/2026 Expiration 06/20/2026 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.048
0.08 g/210L Test # 4 0.078
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.048
0.08 g/210L Test # 5 0.077
0.20 g/210L Test # 5 0.196
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.048
0.078
0.196
0.078
INT
0.000
0.048
0.078
0.196
0.078
INT
0.000
0.048
0.077
0.196
0.078
INT
0.000
0.048
0.078
0.196
0.078
INT
0.000
0.048
0.078
0.195
0.078
INT
0.0003
0.0004
0.0003
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

11/06/2024 14:25




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 11/13/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 17:25:30 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  11/13/2024 17:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000962

Agency WAKULLA COUNTY SO Date 12/24/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:48:09 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  12/24/2024 11:53

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 01/15/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 12:18:39 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/15/2024 12:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 02/06/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:34:36 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/06/2024 11:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 03/26/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:04:40 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/26/2024 11:13

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 04/02/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:27:15 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/02/2024 11:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 05/07/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 10:03:38 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/07/2024 12:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 06/20/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 13:12:03 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/20/2024 13:22

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 07/04/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:13:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/04/2024 11:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 08/14/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 12:35:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/14/2024 12:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 09/11/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 12:11:41 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/11/2024 12:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 10/02/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 11:24:15 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG325603
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 09/13/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.078
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.081
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.197
0.080
INT
0.000
0.049
0.079
0.196
0.080
INT
0.000
0.049
0.079
0.197
0.080
INT
0.000
0.048
0.079
0.196
0.080
INT
0.000
0.048
0.080
0.196
0.081
INT
0.0004
0.0006
0.0005
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

10/02/2024 11:40




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 10/16/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 13:30:59 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/16/2024 13:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 11/19/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:07:36 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/19/2024 11:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000963

Agency ORANGE COUNTY S.O. Date 12/04/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:21:14 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202410E
Expiration 10/22/2026

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/04/2024 11:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 01/15/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:17:34 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/15/2024 11:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 02/06/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:36:59 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/06/2024 11:44

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 03/26/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:11:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/26/2024 11:26

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 04/02/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:34:58 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/02/2024 11:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 05/07/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 14:43:20 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/07/2024 14:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 06/20/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:37:54 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/20/2024 13:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 07/02/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 13:00:34 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.079
0.197
0.080
INT
0.000
0.050
0.080
0.198
0.079
INT
0.000
0.050
0.080
0.198
0.079
INT
0.000
0.050
0.080
0.198
0.079
INT
0.000
0.051
0.079
0.198
0.079
INT
0.0004
0.0005
0.0004
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

07/02/2024 13:01




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 08/14/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 12:39:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/14/2024 13:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 09/11/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 12:18:29 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/11/2024 12:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 10/16/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 12:43:02 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/16/2024 12:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 11/19/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 09:58:31 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/19/2024 10:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000964

Agency ORANGE COUNTY SO Date 12/04/2024 Type Agency Inspection
Inspector MELVILLE KELLY M Time 11:26:20 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202410E
Expiration 10/22/2026

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/04/2024 11:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 06/18/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 10:10:41 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Data Download Date/Time  06/19/2024 10:14

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 06/21/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 13:03:32 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.200
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Remarks:

80-000965

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.199
0.079
INT
0.000
0.050
0.080
0.199
0.079
INT
0.000
0.050
0.080
0.199
0.079
INT
0.000
0.050
0.080
0.199
0.079
INT
0.000
0.050
0.080
0.200
0.079
INT
0.0004
0.0003
0.0004
0.0004

Time-Date changed. INCORRECT DATE PRESENT WHEN DI STARTED

Data Download Date/Time  06/21/2024 13:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 07/08/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 15:17:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  07/09/2024 08:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 08/15/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 11:10:00 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.205
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.204
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  08/15/2024 11:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 09/25/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 21:23:44 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/23/2024 09:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 10/21/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 16:56:38 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

NONE

Data Download Date/Time  10/23/2024 09:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 11/13/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 17:12:17 Software  8100.27
0.05 Lot # 202402E 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 02/27/2026 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 09/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.075
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.190
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.046
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.075
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.077
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.191
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.076
0.08 g/210L Test # (Repeat) 3 0.076
0.20 g/210L Test # 3 0.191
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Remarks:

08: Control Outside Tolerance UNKNOWN.

Data Download Date/Time  11/13/2024 17:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 12/18/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 16:51:06 Software  8100.27

0.05 Lot # 202402E 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot #
Expiration 02/27/2026 Expiration 07/11/2025 Expiration 07/12/2025 Expiration

Number of Simulators 5 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.075
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.187
Mouth Alcohol Test: Slope Not Met Yes 0.20 g/210L Test # (Repeat) 1 0.183
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK No Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.047
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.074
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.076
0.20 g/210L Test: OK No 0.20 g/210L Test # 2 0.188
0.08 g/210L Dry Gas Std Test: OK No 0.20 g/210L Test # (Repeat) 2 0.186
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.08 g/210L Test # (Repeat) 3 0.077
0.20 g/210L Test # 3 0.188
0.20 g/210L Test # (Repeat) 3 0.187
Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance UNKNOWN. 20: Control Outside Tolerance UNKNOWN, Control Outside Tole. Non-compliance:.20.

Data Download Date/Time  12/23/2024 13:52

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000965

Agency QUINCY PD Date 12/23/2024 Type Agency Inspection
Inspector HENING,FRED,C Time 13:50:29 Software  8100.27
0.05 Lot # 202402E 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 02/27/2026 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 09/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.188
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.191
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.049
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.076
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.191
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.192
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.190
0.20 g/210L Test # (Repeat) 3 0.192
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT
Remarks:

20: Control Outside Tolerance UNKNOWN.

Data Download Date/Time  12/23/2024 13:52

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 01/03/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 11:50:38 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402328118
Expiration 05/15/2024 Expiration 01/20/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/03/2024 12:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 01/26/2024 Type Department Inspection
Inspector SIDDOWAY ,BENJAMIN,W Time 12:30:36 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.049
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.080
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.000
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.081
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.000
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.081
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.201
0.08 g/210L Dry Gas Std Test # 4 0.000
0.08 g/210L Dry Gas Std Test # (Repeat) 4 0.081
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

80-000966

0.08 g/210L Test # 5

0.20 g/210L Test # 5

0.08 g/210L Dry Gas Std Test # 5

0.08 g/210L Dry Gas Std Test # (Repeat) 5
Interferent Detect Test # 5

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6

0.08 g/210L Dry Gas Std Test # (Repeat) 6
Interferent Detect Test # 6

Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7

0.08 g/210L Dry Gas Std Test # (Repeat) 7
Interferent Detect Test # 7

Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8

0.08 g/210L Dry Gas Std Test # (Repeat) 8
Interferent Detect Test # 8

Alcohol Free Test # 9

0.05 g/210L Test # 9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9

0.08 g/210L Dry Gas Std Test # (Repeat) 9
Interferent Detect Test # 9

Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10

0.08 g/210L Dry Gas Std Test # (Repeat) 10
Interferent Detect Test # 10

0.079
0.201
0.000
0.081
INT

0.000
0.049
0.080
0.201
0.000
0.081
INT

0.000
0.049
0.080
0.201
0.000
0.081
INT

0.000
0.049
0.080
0.201
0.081
0.081
INT

0.000
0.050
0.080
0.201
0.081
0.081
INT

0.000
0.049
0.080
0.201
0.080
0.081
INT



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Remarks:

0.05 g/210L Test (Std Dev)
0.08 g/210L Test (Std Dev)
0.20 g/210L Test (Std Dev)
0.08 g/210L Dry Gas Std Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)
(Repeat)

0.0005
0.0003
0.0003
0.0389
0.0000

08: Control Outside Tolerance INLET NOT CONNECTED.

Data Download Date/Time  01/26/2024 12:39

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 02/23/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 11:38:28 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402330433
Expiration 06/15/2024 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

AF/MA IMPROPER SAMPLE, RETEST.

Data Download Date/Time  02/23/2024 12:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 03/11/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 11:14:19 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402330433
Expiration 06/15/2024 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.203
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/11/2024 11:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 04/19/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 14:10:24 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402330433
Expiration 06/15/2024 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.000
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.197
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.049
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.000
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.197
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.000
0.20 g/210L Test # (Repeat) 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

20 Control Outside Tolerance LOOSE SIM LID TIGHTEN RETEST . LOOSE LID ON SIM, LID TIGHTEN, RETEST, W/I
STANDARDS

Data Download Date/Time  04/19/2024 14:22

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 05/17/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 10:52:29 Software  8100.27

0.05 Lot # 202303J
Expiration 03/26/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402330433
Expiration 06/15/2024 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.204
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/17/2024 11:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 06/17/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:05:10 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402330433
Expiration 07/12/2025 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/17/2024 12:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 07/19/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:36:00 Software  8100.27

0.05 Lot # 202303L
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402330433
Expiration 07/12/2025 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/19/2024 13:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 08/27/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:00:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402330433
Expiration 07/12/2025 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/27/2024 12:06

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:03:07 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402330433
Expiration 07/12/2025 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/18/2024 12:26

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 10/25/2024 Type Agency Inspection
Inspector LYONS/HERNANDEZ,DANIEL/MI Time 12:23:20 Software  8100.27
CHAEL.E

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402330433
Expiration 07/12/2025 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/25/2024 12:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 11/20/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 13:23:43 Software  8100.27

0.05 Lot # 202303J
Expiration 03/08/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402330433
Expiration 07/12/2025 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/20/2024 13:26

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000966

Agency OSCEOLA COUNTY SO Date 12/01/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 14:37:00 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402330433
Expiration 07/12/2025 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/01/2024 14:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 01/22/2024 Type Agency Inspection
Inspector MCCONNELL,JEFFREY, W Time 13:54:54 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402370890
Expiration 07/12/2025 Expiration 05/09/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/23/2024 09:38

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 02/25/2024 Type Agency Inspection
Inspector MCCONNELL,JEFFREY, W Time 10:18:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402370890
Expiration 07/12/2025 Expiration 05/09/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.190
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/27/2024 08:12

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 03/14/2024 Type Agency Inspection
Inspector MCCONNELL,JEFFREY, W Time 09:18:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402370890
Expiration 07/12/2025 Expiration 05/09/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/20/2024 11:09

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD
Inspector LOWRY,ALFONSO,L

0.05 Lot #

Expiration

Number of Simulators 0

Date 03/20/2024 Type Agency Inspection
Time 10:57:30 Software  8100.27
0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration

Compliance Yes

Check or Test

Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI FOR INSTRUMENT OPERATION COMPLIANCE NOT DETERMINE

Data Download Date/Time  03/20/2024 11:09

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 03/27/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 14:08:06 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.048
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.195
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.048
0.08 g/210L Test # 5 0.078
0.20 g/210L Test # 5 0.195
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.048
0.078
0.195
0.078
INT
0.000
0.048
0.078
0.195
0.078
INT
0.000
0.049
0.078
0.196
0.077
INT
0.000
0.048
0.078
0.195
0.077
INT
0.000
0.049
0.079
0.196
0.077
INT
0.0004
0.0004
0.0004
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

03/27/2024 14:17




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 04/10/2024 Type Agency Inspection
Inspector MCCONNELL,JEFFREY, W Time 20:08:08 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402370890
Expiration 07/12/2025 Expiration 05/09/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/12/2024 11:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 05/22/2024 Type Agency Inspection
Inspector MCCONNELL,JEFFREY, W Time 21:22:42 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402370890
Expiration 07/12/2025 Expiration 05/09/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/24/2024 12:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 06/25/2024 Type Agency Inspection
Inspector MCCONNELL,JEFFREY, W Time 20:31:06 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402370890
Expiration 07/12/2025 Expiration 05/09/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.190
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/28/2024 13:12

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 09/30/2024 Type Agency Inspection
Inspector MCCONNELL,JEFFREY, W Time 08:45:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402816921
Expiration 07/12/2025 Expiration 08/09/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/10/2024 13:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 10/14/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 11:41:03 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.078
0.20 g/210L Test # 5 0.196
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.196
0.078
INT
0.000
0.049
0.078
0.196
0.078
INT
0.000
0.049
0.078
0.196
0.078
INT
0.000
0.049
0.078
0.197
0.078
INT
0.000
0.049
0.078
0.197
0.077
INT
0.0000
0.0004
0.0005
0.0004

A F/M A:INSUFFICIENT SAMPLE

Data Download Date/Time  10/14/2024 11:42

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000967

Agency PORT RICHEY PD Date 10/28/2024 Type Agency Inspection
Inspector MCCONNELL,JEFFREY, W Time 21:09:03 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402816921
Expiration 07/12/2025 Expiration 08/09/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/28/2024 21:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 01/03/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:04:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402330433
Expiration 06/15/2024 Expiration 01/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/03/2024 12:14

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 01/26/2024 Type Department Inspection
Inspector SIDDOWAY ,BENJAMIN,W Time 11:58:15 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.197
0.079
INT
0.000
0.049
0.080
0.197
0.080
INT
0.000
0.049
0.079
0.198
0.080
INT
0.000
0.049
0.080
0.197
0.080
INT
0.000
0.049
0.080
0.197
0.080
INT
0.0003
0.0005
0.0004
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

01/26/2024 12:06




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 02/23/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 11:22:45 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402328118
Expiration 06/15/2024 Expiration 01/20/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/23/2024 12:35

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 03/11/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 11:20:13 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402328118
Expiration 06/15/2024 Expiration 01/20/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/11/2024 11:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 04/19/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 14:12:47 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402328118
Expiration 06/15/2024 Expiration 01/20/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.191
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/19/2024 14:24

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968
Agency OSCEOLA CORRECTIONS Date 05/17/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 11:05:29 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 402397742
Expiration 03/26/2025 Expiration 06/14/2024 Expiration 06/15/2024 Expiration 03/25/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.078
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.000
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.079
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.000
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.079
Interferent Detect Test # 3 INT
Remarks:

08:Control Outside Tol;DID NOT CONNECT DRY GAS HOSE
STANDARDS

. CONNECTED HOSE AND RE-TESTED, WITH/IN

Data Download Date/Time  05/17/2024 11:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 06/17/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:14:46 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402397742
Expiration 07/12/2025 Expiration 03/25/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/17/2024 12:17

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 07/19/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:44:22 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402397742
Expiration 07/12/2025 Expiration 03/25/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/19/2024 13:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 08/27/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:07:34 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402397742
Expiration 07/12/2025 Expiration 03/25/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.192
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/27/2024 12:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 09/18/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 12:09:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402397742
Expiration 07/12/2025 Expiration 03/25/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/18/2024 12:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 10/25/2024 Type Agency Inspection
Inspector LYONS/HERNANDEZ,DANIEL/MI Time 12:26:50 Software  8100.27
CHAEL,E

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402397742
Expiration 07/12/2025 Expiration 03/25/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.191
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/25/2024 12:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000968

Agency OSCEOLA CORRECTIONS Date 11/20/2024 Type Agency Inspection
Inspector LYONS,DANIEL.E Time 13:29:01 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402397742
Expiration 07/12/2025 Expiration 03/25/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/20/2024 13:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH P.D. Date 01/07/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 19:37:05 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 231043
Expiration 06/15/2024 Expiration 06/05/2025

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/07/2024 19:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH P.D. Date 02/02/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 19:45:35 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 231043
Expiration 06/15/2024 Expiration 06/05/2025

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/02/2024 19:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH P.D. Date 03/06/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 20:33:19 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 231043

Expiration 03/28/2025 Expiration 06/14/2024 Expiration 06/15/2024 Expiration 06/05/2025
Number of Simulators 2 Compliance No
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.186
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.192
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.074
Interferent Detect Test: Interferent Detect Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.075
Diagnostic Check (Post-Inspection): OK No Interferent Detect Test # 1 INT
Alcohol Free Test: OK Yes Alcohol Free Test # 2 0.000
0.05 g/210L Test: OK Yes 0.05 g/210L Test # 2 0.046
0.08 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.075
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.191
0.08 g/210L Dry Gas Std Test: OK No 0.20 g/210L Test # (Repeat) 2 0.194
0.08 g/210L Dry Gas Std Test # 2 0.075
0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.074
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.075
0.20 g/210L Test # 3 0.191
0.20 g/210L Test # (Repeat) 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.074
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.074
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance. 08: Control Outside Tolerance, OUTSIDE OF TOLERANCE ON DRY GASNon-compliance: .

Data Download Date/Time  03/19/2024 09:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH P.D.
Inspector LOWRY,ALFONSO,L

0.05 Lot #

Expiration

Number of Simulators 0

Date 03/19/2024 Type Agency Inspection
Time 09:48:16 Software  8100.27
0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration

Compliance Yes

Check or Test

Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI FOR INSTRUMENT OPERATION COMPLIANCE NOT DETERMINE

Data Download Date/Time  03/19/2024 09:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 03/21/2024 Type Department Inspection
Inspector SOTO,ISRAEL, Time 10:59:51 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.199
0.08 g/210L Dry Gas Std Test # 5 0.077
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.199
0.077
INT
0.000
0.049
0.079
0.199
0.078
INT
0.000
0.049
0.079
0.199
0.077
INT
0.000
0.049
0.079
0.199
0.077
INT
0.000
0.049
0.079
0.198
0.077
INT
0.0003
0.0000
0.0003
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

03/21/2024 11:12




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 03/28/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 17:25:09 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231043
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/28/2024 17:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Inspection Test Electronic Data

Alcohol Testing Program

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 05/03/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 04:05:40 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators 2 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 Yes

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

A F /M A:M/ARFI Detect.

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

05/03/2024 05:29




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 05/03/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 05:16:11 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231783
Expiration 07/12/2025 Expiration 03/28/2027

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 INT
Date and/or Time Adjusted No Alcohol Free Test # (Repeat) 1 0.000
Minimum Sample Volume Check: OK 0.05 g/210L Test # 1 0.048
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # 1 0.077
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.196
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Interferent Detect Test # (Repeat) 1 INT
Alcohol Free Test: OK Yes Alcohol Free Test # (Repeat) 2 0.000
0.05 g/210L Test: OK Yes 0.05 g/210L Test # 2 0.047
0.08 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.076
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
Interferent Detect Test # 2 INT
Interferent Detect Test # (Repeat) 2 INT
Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 0.000
Interferent Detect Test # (Repeat) 3 INT

Remarks:

00: Interferent Detect.. MIXED SIMULATORS. Int Det:NOT ENOUGH ACETONE SOLUTION.

Data Download Date/Time  05/03/2024 05:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 06/04/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 05:33:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231783
Expiration 07/12/2025 Expiration 03/28/2027

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/04/2024 05:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 07/05/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 19:38:07 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231783
Expiration 07/12/2025 Expiration 03/28/2027

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/05/2024 19:44

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 08/12/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 16:23:32 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231783
Expiration 07/12/2025 Expiration 03/28/2027

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

AF/MA:.

Data Download Date/Time  08/12/2024 16:24

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 09/06/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 17:02:38 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231783
Expiration 07/12/2025 Expiration 03/28/2027

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.203
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/06/2024 17:03

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 10/17/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 17:28:34 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231043
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.044
Minimum Sample Volume Check: OK 0.05 g/210L Test # (Repeat) 1 0.046
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # 1 0.076
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.181
Mouth Alcohol Test: Slope Not Met Yes 0.20 g/210L Test # (Repeat) 1 0.200
Interferent Detect Test: Interferent Detect Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Diagnostic Check (Post-Inspection): OK Yes Interferent Detect Test # 1 INT
Alcohol Free Test: OK Yes Alcohol Free Test # 2 0.000
0.05 g/210L Test: OK Yes 0.05 g/210L Test # 2 0.044
0.08 g/210L Test: OK Yes 0.05 g/210L Test # (Repeat) 2 0.046
0.20 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.076
0.08 g/210L Dry Gas Std Test: OK Yes 0.20 g/210L Test # 2 0.201
0.20 g/210L Test # (Repeat) 2 0.199
0.08 g/210L Dry Gas Std Test # 2 0.078
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.043
0.05 g/210L Test # (Repeat) 3 0.046
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.201
0.20 g/210L Test # (Repeat) 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance. 20: Control Outside Tolerance. USED NEW BOTTLE OF SOLUTION

Data Download Date/Time  10/17/2024 17:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 11/21/2024 Type Agency Inspection
Inspector BULLARD,SEAN.M Time 17:17:28 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231783
Expiration 07/12/2025 Expiration 03/28/2027

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/21/2024 17:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000995

Agency COCOA BEACH PD Date 12/27/2024 Type Agency Inspection
Inspector SMITH,JOSEPH,A Time 03:56:00 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 403008479
Expiration 07/12/2025 Expiration 03/28/2027

Number of Simulators 2 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.045
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.074
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.077
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.194
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.046
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.076
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.077
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.08 g/210L Test # (Repeat) 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance.

Data Download Date/Time  12/27/2024 03:57

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000996

Agency TITUSVILLE PD Date 02/05/2024 Type Agency Inspection
Inspector RASMUSSEN,MATTHEW,S Time 12:19:35 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231592
Expiration 07/12/2025 Expiration 11/15/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.084
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.084
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.084
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/05/2024 12:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000996

Agency TITUSVILLE PD Date 03/06/2024 Type Agency Inspection
Inspector RASMUSSEN,MATTHEW,S Time 11:39:36 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 231592
Expiration 07/12/2025 Expiration 11/15/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.084
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.084
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.085
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/06/2024 11:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000996

Agency TITUSVILLE PD Date 04/22/2024 Type Agency Inspection
Inspector RASMUSSEN,MATTHEW,S Time 15:59:03 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 28423080A3
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 11/15/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.087
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.084
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.047
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.077
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.087
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.084
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.087
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.084
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed. 08: Control Outside Tolerance.

Data Download Date/Time  04/22/2024 16:09

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000996

Agency TITUSVILLE PD Date 05/21/2024 Type Agency Inspection
Inspector RASMUSSEN,MATTHEW,S Time 09:02:22 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A3
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.084
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.084
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.084
Interferent Detect Test # 3 INT

Remarks:

N/A

Data Download Date/Time  05/21/2024 09:13

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000996

Agency TITUSVILLE PD Date 06/11/2024 Type Agency Inspection
Inspector RASMUSSEN,MATTHEW,S Time 09:18:53 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A3
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.189
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.195
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.085
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.077
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.196
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.085
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.20 g/210L Test # (Repeat) 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.085
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance CHECKED SEAL.

Data Download Date/Time  06/11/2024 09:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000996

Agency TITUSVILLE PD Date 10/02/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 08:27:48 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Data Download Date/Time  10/02/2024 09:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000996

Agency TITUSVILLE PD Date 10/09/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 13:43:27 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.201
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.202
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000996

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.080
0.201
0.080
INT
0.000
0.051
0.080
0.202
0.080
INT
0.000
0.052
0.079
0.202
0.080
INT
0.000
0.051
0.080
0.202
0.081
INT
0.000
0.051
0.080
0.202
0.080
INT
0.0004
0.0005
0.0004
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

10/09/2024 14:02




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 01/30/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 22:59:01 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402623830
Expiration 06/15/2024 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/30/2024 23:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 02/23/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 22:37:57 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402623830
Expiration 06/15/2024 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 No 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.082
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/27/2024 03:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 03/29/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 23:20:05 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402623830
Expiration 06/15/2024 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # (Repeat) 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # (Repeat) 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: Ambient Fail.

Data Download Date/Time  06/11/2024 00:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 04/02/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 00:15:21 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402623830
Expiration 06/15/2024 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.084
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.084
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.084
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/11/2024 00:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 05/02/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 00:30:43 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402623830
Expiration 06/15/2024 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.082
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.082
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/11/2024 00:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 06/07/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 02:34:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402623830
Expiration 06/15/2024 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.084
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.082
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.084
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/11/2024 00:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 07/05/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 00:57:07 Software  8100.27
0.05 Lot # 202402E 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 402623830
Expiration 02/27/2026 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 12/28/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.083
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.052
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.081
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.044
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.083
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.082
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.083
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.083
Interferent Detect Test # 3 INT
Remarks:

08:DRY GAS NOT PLUGED IN CORRECTLY

Data Download Date/Time  08/08/2024 11:40

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 08/08/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 10:50:57 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402623830
Expiration 07/12/2025 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.053
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.053
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.053
0.08 g/210L Test # 3 0.082
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/08/2024 11:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 09/24/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 03:53:04 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402623830
Expiration 07/12/2025 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.084
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.084
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.053
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.084
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/24/2024 05:24

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 10/15/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 23:26:06 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402623830
Expiration 07/12/2025 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/16/2024 03:18

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 10/25/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 14:54:16 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG325603
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 09/13/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.199
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.049
0.080
0.198
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.0000
0.0003
0.0004
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

10/25/2024 14:54




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 11/14/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 02:55:27 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402623830
Expiration 07/12/2025 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/14/2024 04:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000998

Agency SEMINOLE COUNTY SO Date 12/31/2024 Type Agency Inspection
Inspector BETHAM,KEITH,D Time 05:10:16 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402623830
Expiration 07/12/2025 Expiration 12/28/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/02/2025 00:52

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000999

Agency SEMINOLE COUNTY S.O. Date 05/02/2024 Type Agency Inspection
Inspector LOWRY,ALFONSO,L Time 13:13:23 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 0

Compliance Yes

Check or Test

Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI FOR INSPECTION COMPLIANCE NOT DETERMINED

Data Download Date/Time

Printed: 08 January 2025

COBRA ©1997-2014 CMI, Inc.

05/02/2024 13:24




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000999

Agency SEMINOLE COUNTY SO Date 05/06/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 10:04:37 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0010 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.08 g/210L Test # (Repeat) 1 0.080
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.198
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.049
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.078
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.080
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.078
0.08 g/210L Test # (Repeat) 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.08 g/210L Test # (Repeat) 4 0.081
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

80-000999

0.08 g/210L Test # 5

0.08 g/210L Test # (Repeat) 5
0.20 g/210L Test # 5

0.08 g/210L Dry Gas Std Test # 5
Interferent Detect Test # 5
Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.08 g/210L Test # (Repeat) 6
0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.08 g/210L Test # (Repeat) 7
0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.08 g/210L Test # (Repeat) 8
0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # (Repeat) 9
0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # (Repeat) 10
0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev) (Repeat)

0.079
0.082
0.199
0.079
INT
0.000
0.052
0.079
0.082
0.199
0.079
INT
0.000
0.052
0.081
0.082
0.199
0.079
INT
0.000
0.053
INT
0.082
0.200
0.079
INT
0.000
0.053
0.082
0.201
0.079
INT
0.000
0.054
0.083
0.200
0.079
INT
0.0017
0.0010



Florida Department of Law Enforcement
Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-000999
0.20 g/210L Test (Std Dev) 0.0011
0.0003

0.08 g/210L Dry Gas Std Test (Std Dev)

Remarks:
08: Interferent Detect.

Data Download Date/Time  05/06/2024 10:15

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 01/12/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 10:46:42 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 14323080A2
Expiration 03/28/2025 Expiration 06/14/2024 Expiration 06/15/2024 Expiration 06/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  01/12/2024 10:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 02/21/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 20:10:07 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A2
Expiration 06/15/2024 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/21/2024 20:22

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 03/22/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 20:06:45 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A2
Expiration 06/15/2024 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/22/2024 20:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 04/23/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 21:05:33 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A2
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/23/2024 21:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 05/16/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 20:58:34 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A2
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/16/2024 21:13

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 06/21/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 20:30:08 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A2
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/21/2024 20:33

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 06/26/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 08:50:50 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Average Standard Deviation Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK No

Barometric Pressure Sensor Check: OK No

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

NEED TO REVIEW DATE AND TIME

Data Download Date/Time  08/01/2024 10:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 08/01/2024 Type Agency Inspection
Inspector LOWRY,ALFONSO,L Time 10:26:25 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 0

Compliance Yes

Check or Test

Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI FOR INSPECTION COMPLIANCE NOT DETERMINED

Data Download Date/Time

Printed: 08 January 2025

COBRA ©1997-2014 CMI, Inc.

08/01/2024 10:27




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 08/30/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 10:41:25 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.199
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.079
0.199
0.080
INT
0.000
0.050
0.079
0.199
0.080
INT
0.000
0.050
0.080
0.199
0.080
INT
0.000
0.051
0.079
0.200
0.080
INT
0.000
0.051
0.079
0.199
0.080
INT
0.0005
0.0004
0.0003
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

08/30/2024 10:58




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 09/11/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 21:25:39 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A2
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/11/2024 21:33

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 10/25/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 20:09:48 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A2
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/25/2024 20:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 11/26/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 20:44:14 Software  8100.27
0.05 Lot # 202402E 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 14323080A2
Expiration 02/27/2026 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 06/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.051
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.081
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.081
Interferent Detect Test # 3 INT
Remarks:

08: Control Outside Tolerance.

Data Download Date/Time  11/26/2024 20:58

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001000

Agency COCOA PD Date 12/24/2024 Type Agency Inspection
Inspector FRAZIER,JAMES,H Time 19:58:14 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A2
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/24/2024 19:58

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH P.D. Date 01/19/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 14:05:16 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402783528
Expiration 06/15/2024 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/19/2024 14:15

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH P.D. Date 02/16/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 12:51:44 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 402783528
Expiration 06/15/2024 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/16/2024 13:04

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH P.D. Date 03/17/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 08:17:23 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/17/2024 08:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH P.D. Date 04/19/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 19:23:24 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/19/2024 19:34

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH P.D. Date 05/18/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 21:54:09 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/18/2024 22:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH P.D. Date 06/19/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 18:35:06 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/19/2024 18:38

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH P.D. Date 07/23/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 11:29:05 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/23/2024 11:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH PD Date 08/05/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 14:27:56 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.200
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.200
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.200
0.079
INT
0.000
0.049
0.080
0.200
0.078
INT
0.000
0.050
0.080
0.200
0.078
INT
0.000
0.050
0.080
0.200
0.079
INT
0.000
0.050
0.080
0.200
0.078
INT
0.0005
0.0000
0.0003
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

08/05/2024 14:31




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH PD Date 08/14/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 14:00:04 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

IN SERVICE FROM ANNUAL INSPECTION

Data Download Date/Time  08/14/2024 14:01

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH PD Date 08/24/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 12:08:25 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/24/2024 12:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH PD Date 09/20/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 11:55:16 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.079
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.199
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.079
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # (Repeat) 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

08: RFI Detect, RETESTED ALL OKAY

Data Download Date/Time  09/25/2024 01:51

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH PD Date 10/20/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 17:30:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/20/2024 17:38

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH PD Date 11/22/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 03:22:44 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/22/2024 03:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001001

Agency SATELLITE BEACH PD Date 12/18/2024 Type Agency Inspection
Inspector TRIEBELL,DON,R Time 18:09:22 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402783528
Expiration 07/12/2025 Expiration 06/27/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/18/2024 18:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 01/31/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT M Time 20:44:30 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402477283
Expiration 07/12/2025 Expiration 06/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/31/2024 21:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 03/01/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT,M Time 01:31:16 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators 6 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

AF/MA:.

Data Download Date/Time  03/01/2024 02:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 03/01/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT M Time 02:17:41 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402477283
Expiration 07/12/2025 Expiration 06/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/01/2024 02:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 04/30/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT M Time 21:26:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402477283
Expiration 07/12/2025 Expiration 06/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.190
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/30/2024 21:43

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 05/31/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT M Time 20:57:19 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402477283
Expiration 07/12/2025 Expiration 06/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/31/2024 21:14

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 09/22/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT M Time 21:09:41 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402477283
Expiration 07/12/2025 Expiration 06/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/25/2024 14:23

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 10/17/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 15:21:46 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.078
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.198
0.078
INT
0.000
0.050
0.079
0.197
0.079
INT
0.000
0.049
0.079
0.197
0.079
INT
0.000
0.049
0.079
0.198
0.078
INT
0.000
0.050
0.079
0.197
0.079
INT
0.0004
0.0003
0.0005
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

10/17/2024 15:24




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 10/24/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT M Time 20:26:07 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402477283
Expiration 07/12/2025 Expiration 06/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/24/2024 20:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 11/30/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT M Time 20:27:20 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402477283
Expiration 07/12/2025 Expiration 06/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/30/2024 20:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 12/10/2024 Type Agency Inspection

Inspector ALBRITTON,GARRETT M Time 08:20:23 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #

Expiration Expiration Expiration Expiration

Number of Simulators 5 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No
Remarks:

A F /M A: Range Exceeded. Non-compliance: .

Data Download Date/Time  12/10/2024 09:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001002

Agency HARDEE COUNTY SO Date 12/10/2024 Type Agency Inspection
Inspector ALBRITTON,GARRETT M Time 09:03:13 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402477283
Expiration 07/12/2025 Expiration 06/24/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.045
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.190
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/10/2024 09:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 01/08/2024 Type Agency Inspection
Inspector SIDDOWAY ,BENJAMIN,W Time 14:27:15 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

COMPLIANCE NOT DETERMINED, BYPASS AI TO OPERATE

Data Download Date/Time  01/23/2024 09:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 01/23/2024 Type Department Inspection
Inspector SOTO,ISRAEL, Time 11:14:03 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG229803
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 10/25/2024
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.081
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.079
0.198
0.081
INT
0.000
0.050
0.079
0.198
0.081
INT
0.000
0.051
0.079
0.198
0.081
INT
0.000
0.050
0.080
0.198
0.081
INT
0.000
0.050
0.080
0.198
0.081
INT
0.0004
0.0004
0.0004
0.0000

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

01/23/2024 11:21




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 01/31/2024 Type Agency Inspection
Inspector DEANE.M, Time 11:50:00 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # AG310901
Expiration 06/15/2024 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/31/2024 11:57

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 02/22/2024 Type Agency Inspection
Inspector DEANE.M, Time 12:33:39 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/22/2024 12:42

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 03/28/2024 Type Agency Inspection
Inspector DEANE.M, Time 10:17:22 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/28/2024 10:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 04/18/2024 Type Agency Inspection
Inspector DEANE.M, Time 14:22:08 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/19/2024 13:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 05/15/2024 Type Agency Inspection
Inspector DEANE.M, Time 15:00:22 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/15/2024 15:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 06/13/2024 Type Agency Inspection
Inspector DEANE.M, Time 12:10:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/13/2024 12:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 07/17/2024 Type Agency Inspection
Inspector DEANE.M, Time 13:53:00 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/17/2024 13:52

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 08/21/2024 Type Agency Inspection
Inspector DEANE.M, Time 11:56:06 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/21/2024 11:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector DEANE.M, Time 11:51:38 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/19/2024 16:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 10/23/2024 Type Agency Inspection
Inspector DEANE.M, Time 10:48:11 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG310901
Expiration 07/12/2025 Expiration 04/19/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/23/2024 11:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 11/12/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 11:07:56 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators 5 Average Standard Deviation Compliance No
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK Yes

Barometric Pressure Sensor Check: OK Yes

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

A F/M A: No Sample Provided. DID NOT GIVE SAMPLE. RETEST.. Non-compliance: .

Data Download Date/Time  11/12/2024 13:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 11/12/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 13:02:20 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.197
0.080
INT
0.000
0.051
0.080
0.197
0.080
INT
0.000
0.051
0.080
0.198
0.080
INT
0.000
0.051
0.080
0.198
0.080
INT
0.000
0.051
0.080
0.197
0.079
INT
0.0005
0.0000
0.0005
0.0003

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

11/12/2024 13:16




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 11/20/2024 Type Agency Inspection
Inspector DEANE.M, Time 22:33:37 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG304401
Expiration 07/12/2025 Expiration 02/13/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/20/2024 22:35

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001003

Agency PINELLAS COUNTY SO Date 12/11/2024 Type Agency Inspection
Inspector DEANE.M, Time 13:13:12 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG304401
Expiration 07/12/2025 Expiration 02/13/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/11/2024 13:14

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.0O. Date 01/25/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY,F Time 09:20:08 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/25/2024 09:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.0O. Date 02/27/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY,F Time 10:35:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/27/2024 10:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.O. Date 03/20/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 11:18:33 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/20/2024 11:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.0O. Date 04/10/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL, Time 11:56:21 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/10/2024 13:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.O. Date 05/16/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 10:40:29 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/16/2024 10:52

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.O. Date 06/17/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 08:59:57 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/17/2024 09:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.O. Date 07/17/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 10:12:28 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 24923080A3 0.08 Gas Lot # 24923080A3
Expiration 10/05/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.000
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.196
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.050
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.000
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.198
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.000
0.20 g/210L Test # (Repeat) 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

20: COT, CAN HOOKED UP, NOT .200 SIM

Data Download Date/Time  07/17/2024 10:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004
Agency BREVARD COUNTY S.0O. Date 08/22/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 13:36:39 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 0.08 Gas Lot #
Expiration 03/28/2025 Expiration 07/11/2025 Expiration Expiration
Number of Simulators 5 Compliance No
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.000
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.067
Alcohol Free Subject Test: 0.000 Yes Interferent Detect Test # 1 INT
Mouth Alcohol Test: Slope Not Met Yes Alcohol Free Test # 2 0.000
Interferent Detect Test: Interferent Detect Yes 0.05 g/210L Test # 2 0.049
Diagnostic Check (Post-Inspection): OK No 0.08 g/210L Test # 2 0.000
Alcohol Free Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.071
0.05 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Test: OK No Alcohol Free Test # 3 0.000
0.20 g/210L Test: OK No 0.05 g/210L Test # 3 0.049
0.08 g/210L Dry Gas Std Test: OK No 0.08 g/210L Test # 3 0.000
0.08 g/210L Test # (Repeat) 3 0.076
Interferent Detect Test # 3 INT

Remarks:

08: COT, SIM OFF, WRONG SOLUTION IN SIM. Non-compliance:SEE .08 NOTES.

Data Download Date/Time  08/22/2024 14:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.0O. Date 08/22/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 14:16:58 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/22/2024 14:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.O. Date 09/18/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 11:02:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/18/2024 11:04

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.0O. Date 10/23/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY, Time 10:30:53 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/23/2024 10:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.0O. Date 11/23/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY, Time 11:42:08 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/23/2024 11:42

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Agency BREVARD COUNTY S.0O. Date 12/18/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 10:35:32 Software  8100.27
0.05 Lot # 202406K 0.08 Lot # 202406L 0.20 Lot # 202406N 0.08 Gas Lot # AG429602
Expiration 06/19/2026 Expiration 06/19/2026 Expiration 06/20/2026 Expiration 10/22/2026
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.081
0.20 g/210L Test # 4 0.200
0.08 g/210L Dry Gas Std Test # 4 0.078
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.081
0.20 g/210L Test # 5 0.200
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001004

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.081
0.200
0.078
INT
0.000
0.048
0.081
0.200
0.079
INT
0.000
0.049
0.082
0.201
0.078
INT
0.000
0.048
0.081
0.201
0.079
INT
0.000
0.049
0.081
0.200
0.079
INT
0.0005
0.0003
0.0004
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

12/18/2024 10:35




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 01/17/2024 Type Agency Inspection
Inspector DEANE.M, Time 12:52:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # AG210103
Expiration 06/15/2024 Expiration 04/11/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/17/2024 13:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 02/21/2024 Type Agency Inspection
Inspector DEANE.M, Time 15:13:19 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/26/2024 10:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 02/26/2024 Type Agency Inspection
Inspector LOWRY,ALFONSO,L Time 10:40:12 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 0

Compliance Yes

Check or Test

Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS INSPECTION FOR INSTRUMENT OPERATION

Data Download Date/Time

Printed: 08 January 2025

COBRA ©1997-2014 CMI, Inc.

02/26/2024 10:49




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 03/06/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 11:25:50 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.199
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.199
0.078
INT
0.000
0.049
0.079
0.199
0.078
INT
0.000
0.049
0.079
0.199
0.078
INT
0.000
0.049
0.079
0.199
0.078
INT
0.000
0.049
0.079
0.199
0.078
INT
0.0004
0.0000
0.0000
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

03/06/2024 11:34




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 04/18/2024 Type Agency Inspection
Inspector DEANE.M, Time 16:02:11 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/19/2024 14:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 05/15/2024 Type Agency Inspection
Inspector DEANE.M, Time 14:20:14 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/15/2024 14:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 06/13/2024 Type Agency Inspection
Inspector DEANE.M, Time 11:26:14 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/13/2024 11:26

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 07/17/2024 Type Agency Inspection
Inspector DEANE.M, Time 13:07:55 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/17/2024 13:07

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 08/21/2024 Type Agency Inspection
Inspector DEANE.M, Time 12:39:15 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/21/2024 12:38

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector DEANE.M, Time 13:21:24 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/19/2024 16:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 10/23/2024 Type Agency Inspection
Inspector DEANE.M, Time 13:32:50 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/23/2024 13:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 11/13/2024 Type Agency Inspection
Inspector DEANE.M, Time 10:40:32 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/13/2024 10:38

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001005

Agency PINELLAS COUNTY SO Date 12/11/2024 Type Agency Inspection
Inspector DEANE.M, Time 10:55:12 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # AG329101
Expiration 07/12/2025 Expiration 10/18/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/11/2024 10:52

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 01/27/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 04:04:50 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.207
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.210
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.082
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.210
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.210
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.211
0.20 g/210L Test # (Repeat) 3 0.210
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

Data Download Date/Time  01/30/2024 22:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 02/23/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 22:40:32 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.052
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.083
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.206
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.082
0.20 g/210L Test # 3 0.206
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/27/2024 22:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 03/16/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 03:00:59 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202206C 0.08 Gas Lot # 14323080A3
Expiration 06/15/2024 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.203
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.204
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/16/2024 03:53

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 04/26/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 18:39:43 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/26/2024 19:50

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 05/18/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 12:50:25 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/18/2024 13:35

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 06/26/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 12:39:57 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/26/2024 12:56

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 07/29/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 10:02:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.204
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.204
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.204
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/29/2024 11:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 08/05/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 13:26:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/05/2024 13:51

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 09/26/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 13:40:45 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/01/2024 11:53

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 10/29/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 15:17:28 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 14323080A3
Expiration 07/12/2025 Expiration 09/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/29/2024 17:23

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 11/08/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 12:48:09 Software  8100.27
0.05 Lot # 202406K 0.08 Lot # 202406L 0.20 Lot # 202406N 0.08 Gas Lot # AG429602
Expiration 06/19/2026 Expiration 06/19/2026 Expiration 06/20/2026 Expiration 10/22/2026
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.201
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.201
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.201
0.079
INT
0.000
0.050
0.080
0.201
0.080
INT
0.000
0.050
0.080
0.201
0.079
INT
0.000
0.050
0.080
0.201
0.079
INT
0.000
0.050
0.080
0.201
0.079
INT
0.0003
0.0003
0.0000
0.0003

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

11/08/2024 12:49




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001006

Agency INDIALANTIC PD Date 12/04/2024 Type Agency Inspection
Inspector FOURNIER, TIMOTHY,R Time 13:25:27 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202410E
Expiration 10/22/2026

0.20 Lot # 202307C 0.08 Gas Lot # 31124080A1
Expiration 07/12/2025 Expiration 12/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.082
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/04/2024 13:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001007

Agency HAINES CITY PD Date 05/03/2024 Type Agency Inspection
Inspector ARMSTRONG,DESTINEE,N Time 10:12:08 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Data Download Date/Time  05/03/2024 10:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001007

Agency HAINES CITY PD Date 05/06/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 12:15:07 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.195
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.195
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001007

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.195
0.080
INT
0.000
0.049
0.079
0.195
0.080
INT
0.000
0.049
0.079
0.194
0.080
INT
0.000
0.050
0.079
0.195
0.080
INT
0.000
0.049
0.079
0.194
0.080
INT
0.0003
0.0004
0.0005
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

05/06/2024 12:22




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 01/20/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 13:03:33 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 33922080A1

Expiration 03/28/2025 Expiration 06/14/2024 Expiration 06/15/2024 Expiration 01/05/2025
Number of Simulators 4 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.175
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.196
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.086
Interferent Detect Test: Interferent Detect Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.084
Diagnostic Check (Post-Inspection): OK Yes Interferent Detect Test # 1 INT
Alcohol Free Test: OK Yes Alcohol Free Test # 2 0.000
0.05 g/210L Test: OK Yes 0.05 g/210L Test # 2 0.047
0.08 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.077
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.188
0.08 g/210L Dry Gas Std Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.198
0.08 g/210L Dry Gas Std Test # 2 0.085
0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.083
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.20 g/210L Test # (Repeat) 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.084
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.083
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance. 08: Control Outside Tolerance.

Data Download Date/Time  01/21/2024 05:55

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

CMI, Inc. Intoxilyzer 8000 Serial Number:

Agency WEST MELBOURNE PD
Inspector CASEY,COREY .M

0.05 Lot # 202303J
Expiration 03/28/2025

Number of Simulators 4

Date
Time

80-001008

0.08 Lot # 202206B
Expiration 06/14/2024

02/04/2024
11:45:17

0.20 Lot # 202307C
Expiration 07/12/2025

Alcohol Testing Program

Inspection Test Electronic Data

Type Agency Inspection

Software  8100.27

Compliance No

0.08 Gas Lot #

Expiration

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # (Repeat) 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.173
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.188
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # (Repeat) 2 0.000
Diagnostic Check (Post-Inspection): OK No 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.181
0.08 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.192
0.20 g/210L Test: OK No Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK No Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.185
0.20 g/210L Test # (Repeat) 3 0.194
Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail. 20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: .

Data Download Date/Time  02/08/2024 14:51

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 02/04/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 12:29:17 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/08/2024 14:51

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 03/30/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 07:57:28 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 4

Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No Interferent Detect Test # 1 0.000
Minimum Sample Volume Check: OK Interferent Detect Test # (Repeat) 1 0.000
Barometric Pressure Sensor Check: OK Alcohol Free Test # 2 0.000
Alcohol Free Subject Test: 0.000 Yes Interferent Detect Test # 2 0.000
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # (Repeat) 2 0.000
Interferent Detect Test: Interferent Detect No Alcohol Free Test # 3 0.000
Diagnostic Check (Post-Inspection): OK No Interferent Detect Test # 3 0.000
Alcohol Free Test: OK Yes Interferent Detect Test # (Repeat) 3 0.000
0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

LOOSE SEAL, . Non-compliance: .

Data Download Date/Time  03/30/2024 09:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 03/30/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 09:04:33 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # (Repeat) 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.182
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.193
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # (Repeat) 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.078
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.189
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.195
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # (Repeat) 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.192
0.20 g/210L Test # (Repeat) 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

05: RFI Detect. 20: Control Outside Tolerance.

Data Download Date/Time  03/30/2024 09:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 04/27/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 07:49:18 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/27/2024 07:58

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 05/25/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 07:04:29 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/25/2024 07:15

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 06/23/2024 Type Agency Inspection
Inspector CASEY,COREY M Time 07:07:50 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 33922080A1
Expiration 07/12/2025 Expiration 01/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/23/2024 07:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 07/31/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 20:27:25 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators 4 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

A F /M A: RFI Detect.

Data Download Date/Time  07/31/2024 23:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Agency WEST MELBOURNE PD

80-001008

Date 07/31/2024

Type Agency Inspection

Inspector CASEY,COREY .M Time 21:18:53 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration 03/28/2025 Expiration Expiration Expiration

Number of Simulators 4 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.000
Minimum Sample Volume Check: OK 0.05 g/210L Test # (Repeat) 1 0.000
Barometric Pressure Sensor Check: OK Interferent Detect Test # 1 INT
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # 2 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.05 g/210L Test # 2 0.000
Interferent Detect Test: Interferent Detect Yes 0.05 g/210L Test # (Repeat) 2 0.000
Diagnostic Check (Post-Inspection): OK No Interferent Detect Test # 2 INT
Alcohol Free Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test: OK No 0.05 g/210L Test # 3 0.000
0.08 g/210L Test: OK No 0.05 g/210L Test # (Repeat) 3 0.000
0.20 g/210L Test: OK No Interferent Detect Test # 3 INT
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

05: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:BAD SEALS.

Data Download Date/Time  07/31/2024 23:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 07/31/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 22:58:25 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance No
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Non-compliance: .

Data Download Date/Time  07/31/2024 23:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 07/31/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 23:31:36 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/31/2024 23:31

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 08/02/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 04:56:11 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.053
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.180
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.191
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.050
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.077
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.189
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.197
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.000
0.20 g/210L Test # (Repeat) 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

Data Download Date/Time  08/02/2024 05:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 09/23/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 02:24:52 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.192
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/23/2024 03:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 10/02/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 14:55:26 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG325603
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 09/13/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.197
0.080
INT
0.000
0.050
0.080
0.197
0.080
INT
0.000
0.050
0.080
0.198
0.080
INT
0.000
0.050
0.081
0.197
0.079
INT
0.000
0.049
0.080
0.198
0.080
INT
0.0005
0.0003
0.0005
0.0003

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

10/02/2024 15:40




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 10/20/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 03:17:40 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.176
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.195
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.049
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.078
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.191
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.197
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.195
0.20 g/210L Test # (Repeat) 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

Data Download Date/Time  10/20/2024 03:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 11/26/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 20:35:41 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 06/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.185
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.198
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.048
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.077
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.200
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.20 g/210L Test # (Repeat) 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

Data Download Date/Time  11/26/2024 20:34

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:

Agency WEST MELBOURNE PD

80-001008

Date 12/28/2024 Type Agency Inspection

Inspector CASEY,COREY .M Time 19:06:47 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 4 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No Interferent Detect Test # 1 0.000
Minimum Sample Volume Check: OK Alcohol Free Test # 2 0.000
Barometric Pressure Sensor Check: OK Interferent Detect Test # 2 0.000
Alcohol Free Subject Test: 0.000 Yes Alcohol Free Test # 3 0.000
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 3 0.000
Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK Yes

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Int Det: . Non-compliance: .

Data Download Date/Time  12/28/2024 20:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001008

Agency WEST MELBOURNE PD Date 12/28/2024 Type Agency Inspection
Inspector CASEY,COREY .M Time 20:13:59 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202410E
Expiration 10/22/2026

0.20 Lot # 202307C 0.08 Gas Lot # 10124080A3
Expiration 07/12/2025 Expiration 08/05/2026

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.070
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # (Repeat) 1 0.076
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.193
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.049
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.073
0.08 g/210L Test: OK Yes 0.08 g/210L Test # (Repeat) 2 0.077
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.075
0.08 g/210L Test # (Repeat) 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance.

Data Download Date/Time  12/28/2024 20:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 01/28/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 11:32:21 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202206B 0.20 Lot # 202206C 0.08 Gas Lot # 29122080A1

Expiration 03/28/2025 Expiration 06/14/2024 Expiration 06/15/2024 Expiration 12/05/2024
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/28/2024 11:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 02/26/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 11:19:19 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 29122080A1

Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 12/05/2024
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/26/2024 11:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 03/28/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 09:42:29 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 29122080A1

Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 12/05/2024
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.191
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.191
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/28/2024 10:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009

Agency PALM BAY P.D. Date 05/16/2024 Type Agency Inspection
Inspector NICODEMO,PHIL, Time 08:19:38 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT.COMPLIANCE NOT DETERMINED

Data Download Date/Time  05/16/2024 08:30

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009

Agency PALM BAY P.D. Date 05/16/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 14:00:28 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.197
0.080
INT
0.000
0.049
0.079
0.197
0.080
INT
0.000
0.049
0.078
0.197
0.080
INT
0.000
0.050
0.079
0.197
0.080
INT
0.000
0.050
0.079
0.197
0.079
INT
0.0004
0.0004
0.0000
0.0003

A F/M A: Range Exceeded TOO MUCH MOUTH ALCOHOL.

Data Download Date/Time  05/16/2024 14:09

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 06/21/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 10:53:16 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 29122080A1

Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 12/05/2024
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/21/2024 12:18

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 07/28/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 11:18:44 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A4

Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/30/2024 09:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009

Agency PALM BAY P.D. Date 08/28/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 10:58:55 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A4
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.000
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.080
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.049
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.000
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.079
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.000
0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.079
Interferent Detect Test # 3 INT
Remarks:

08: Control Outside Tolerance. FORGOT TO CONNECT DRY GAS

Data Download Date/Time  08/28/2024 13:23

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 09/26/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 10:50:22 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A4

Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/29/2024 10:07

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 10/29/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 10:04:05 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A4

Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.193
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

A F/M A: RFI Detect CELLPHONE ON BELT.

Data Download Date/Time  10/29/2024 10:07

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 11/28/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 10:15:32 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A4

Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  11/28/2024 10:16

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001009
Agency PALM BAY P.D. Date 12/25/2024 Type Agency Inspection
Inspector LUTZ,EDWIN,J Time 10:34:30 Software  8100.27

0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A4

Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/25/2024 10:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 01/11/2024 Type Department Inspection
Inspector SIDDOWAY ,BENJAMIN,W Time 11:12:09 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.052
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.205
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.053
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.083
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.205
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.053
0.08 g/210L Test # 3 0.083
0.20 g/210L Test # 3 0.205
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.053
0.08 g/210L Test # 4 0.083
0.20 g/210L Test # 4 0.205
0.08 g/210L Dry Gas Std Test # 4 0.081
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.053
0.08 g/210L Test # 5 0.083
0.20 g/210L Test # 5 0.205
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.053
0.083
0.205
0.082
INT
0.000
0.053
0.083
0.205
0.081
INT
0.000
0.053
0.083
0.205
0.082
INT
0.000
0.053
0.083
0.205
0.081
INT
0.000
0.053
0.083
0.205
0.081
INT
0.0003
0.0003
0.0000
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

01/11/2024 11:21




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 01/25/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY,F Time 09:36:46 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

A F/M A: Improper Sample.

Data Download Date/Time  01/25/2024 09:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 02/27/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY,F Time 11:17:45 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 211543
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

AF/MA:.

Data Download Date/Time  02/27/2024 11:27

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 03/20/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 11:37:50 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/20/2024 11:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 04/10/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 12:18:41 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/10/2024 13:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 05/16/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 10:24:15 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/16/2024 10:37

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 06/17/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 07:52:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/17/2024 08:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 07/17/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 09:41:02 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 20237C 0.08 Gas Lot # 24923080A3
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  07/17/2024 09:42

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 08/22/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 13:16:25 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.201
Date and/or Time Adjusted No Alcohol Free Test # (Repeat) 1 0.000
Minimum Sample Volume Check: OK 0.05 g/210L Test # 1 0.049
Barometric Pressure Sensor Check: OK 0.08 g/210L Test # 1 0.080
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # 1 0.201
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.202
Alcohol Free Test: OK Yes Alcohol Free Test # (Repeat) 2 0.000
0.05 g/210L Test: OK Yes 0.05 g/210L Test # 2 0.049
0.08 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.081
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
Interferent Detect Test # 2 INT
Alcohol Free Test # 3 0.202
Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.201
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

00: Control Outside Tolerance.

Data Download Date/Time  08/22/2024 14:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 09:41:45 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration
Number of Simulators Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK No

Date and/or Time Adjusted No

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No

Mouth Alcohol Test: Slope Not Met No

Interferent Detect Test: Interferent Detect No

Diagnostic Check (Post-Inspection): OK No

Alcohol Free Test: OK No

0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Data Download Date/Time  09/18/2024 10:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 09/18/2024 Type Agency Inspection
Inspector KIRK,NATHANIEL,R Time 10:45:50 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.201
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  09/18/2024 10:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 10/23/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY, Time 10:12:18 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  10/23/2024 10:22

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 11/23/2024 Type Agency Inspection
Inspector MCLAUGHLIN,BRADLEY, Time 11:14:20 Software  8100.27
0.05 Lot # 202303J 0.08 Lot # 202307A 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 03/28/2025 Expiration 07/11/2025 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.203
0.08 g/210L Dry Gas Std Test # 3 0.083
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  11/23/2024 11:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001010

Agency BREVARD COUNTY SO Date 12/26/2024 Type Agency Inspection
Inspector WAGNER,ROBERT.F Time 11:16:33 Software  8100.27
0.05 Lot # 202402E 0.08 Lot # 202410E 0.20 Lot # 202307C 0.08 Gas Lot # 24923080A3
Expiration 02/27/2026 Expiration 10/22/2026 Expiration 07/12/2025 Expiration 10/05/2025
Number of Simulators 5 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted Yes 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.082
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.082
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.083
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.083
0.20 g/210L Test # 3 0.202
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT
Remarks:

Time-Date changed.

Data Download Date/Time  12/26/2024 11:18

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 01/28/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 09:33:15 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 08223080A3
Expiration 06/15/2024 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/28/2024 09:42

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 02/23/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 10:14:05 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 076220080A
Expiration 06/15/2024 Expiration 05/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.076
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.076
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/23/2024 10:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 03/25/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 13:54:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 01923080A4
Expiration 06/15/2024 Expiration 02/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/25/2024 14:02

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 04/10/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 10:01:30 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 01923080A4
Expiration 06/15/2024 Expiration 02/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/10/2024 10:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 05/29/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 08:33:11 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 08223080A3
Expiration 06/15/2024 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

EVID USE AT PDF

Data Download Date/Time  05/29/2024 08:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 06/26/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 06:59:31 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 08223080A3
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.045
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.075
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.075
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

EVID USE AT PTDF

Data Download Date/Time  06/26/2024 07:15

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 07/19/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 10:22:49 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 08223080A3
Expiration 07/12/2025 Expiration 06/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

EVED USE AT PTDF

Data Download Date/Time  07/19/2024 10:35

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 08/22/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 13:25:15 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

EVED USE AT PTDF

Data Download Date/Time  08/22/2024 13:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 09/16/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 22:27:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.193
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.192
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

RMVD FROM EVED USE AT PTDF 09-16-2025

Data Download Date/Time  09/16/2024 22:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 10/14/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 10:42:03 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.081
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.191
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.192
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.192
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

RMVD FRM PTDF FOR DEPT INSPEC. 10-14-2024

Data Download Date/Time  10/14/2024 10:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 10/18/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 10:17:09 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG325603
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 09/13/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.200
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.200
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.200
0.078
INT
0.000
0.050
0.079
0.200
0.079
INT
0.000
0.051
0.080
0.200
0.079
INT
0.000
0.051
0.080
0.200
0.078
INT
0.000
0.051
0.080
0.200
0.079
INT
0.0004
0.0005
0.0004
0.0005

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

10/18/2024 10:17




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 10/29/2024 Type Agency Inspection
Inspector POTTER,MICHAEL,R Time 11:35:14 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.053
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.084
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.202
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.077
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.082
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.202
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.077
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.052
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.077
Interferent Detect Test # 3 INT

Remarks:

PLACED IN SERV NS MAYPORT

Data Download Date/Time  10/29/2024 11:35

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Inspection Test Electronic Data

Alcohol Testing Program

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001018

Agency JACKSONVILLE SO Date 11/26/2024 Type Agency Inspection

Inspector POTTER,MICHAEL,R Time 12:04:46 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 5 Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No Interferent Detect Test # 1 0.010
Minimum Sample Volume Check: OK Interferent Detect Test # (Repeat) 1 0.011
Barometric Pressure Sensor Check: OK Alcohol Free Test # 2 0.000
Alcohol Free Subject Test: 0.000 Yes Interferent Detect Test # 2 0.010
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # (Repeat) 2 0.012
Interferent Detect Test: Interferent Detect No Alcohol Free Test # 3 0.000
Diagnostic Check (Post-Inspection): OK No Interferent Detect Test # 3 0.010
Alcohol Free Test: OK Yes Interferent Detect Test # (Repeat) 3 0.013
0.05 g/210L Test: OK No

0.08 g/210L Test: OK No

0.20 g/210L Test: OK No

0.08 g/210L Dry Gas Std Test: OK No

Remarks:

Int Det:NOT REG. INT DETECTED. CHECKED SIM RE-RAN,

. Non-compliance:NOT REG. INT DET.

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

11/26/2024 12:10




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 01/18/2024 Type Agency Inspection
Inspector DETRANO,JEFFREY,J Time 12:38:57 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 6023080A1
Expiration 07/12/2025 Expiration 04/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

AF/M A:ALCOHOL READING ON MA.

Data Download Date/Time  01/18/2024 12:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 02/07/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 11:39:48 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0004 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.197
0.080
INT
0.000
0.050
0.079
0.197
0.080
INT
0.000
0.050
0.080
0.196
0.080
INT
0.000
0.050
0.079
0.198
0.080
INT
0.000
0.050
0.080
0.198
0.080
INT
0.0004
0.0005
0.0007
0.0003

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

02/07/2024 11:49




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 04/11/2024 Type Agency Inspection
Inspector DETRANO,JEFFREY,J Time 11:30:12 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

IN SERVICE

Data Download Date/Time  04/11/2024 11:39

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 05/27/2024 Type Agency Inspection
Inspector KOLBICKA,LAWRENCE,R Time 10:44:23 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 28423080A4
Expiration 06/15/2024 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/27/2024 11:05

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 06/25/2024 Type Agency Inspection
Inspector ADAMS,STERLING,M Time 17:23:28 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

N/A

Data Download Date/Time  06/25/2024 17:50

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 07/18/2024 Type Agency Inspection
Inspector ADAMS,STERLING,M Time 19:47:04 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

N/A

Data Download Date/Time  07/18/2024 19:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 08/15/2024 Type Agency Inspection
Inspector ADAMS,STERLING,M Time 20:22:21 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

N/A

Data Download Date/Time  08/17/2024 18:42

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 09/28/2024 Type Agency Inspection
Inspector ADAMS,STERLING,M Time 19:32:59 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

N/A

Data Download Date/Time  10/02/2024 16:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001042

Agency PINELLAS PARK PD Date 10/30/2024 Type Agency Inspection
Inspector ADAMS,STERLING,M Time 19:17:27 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 28423080A4
Expiration 07/12/2025 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

N/A

Data Download Date/Time  11/03/2024 07:20

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 01/29/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 15:24:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 402357111
Expiration 06/15/2024 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/29/2024 15:34

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 02/27/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 15:26:55 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/27/2024 15:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 03/26/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 15:22:18 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 0.000
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # (Repeat) 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.050
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.08 g/210L Dry Gas Std Test: OK Yes Interferent Detect Test # 2 INT
Interferent Detect Test # (Repeat) 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Interferent Detect Test # (Repeat) 3 INT

Remarks:

POSS AIR LEAK TIGHTENED HEAD UNIT TO JAR.

Data Download Date/Time  03/26/2024 15:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 04/27/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 13:30:29 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/27/2024 13:40

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 05/29/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 13:59:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.051
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

AF/M A:NO MOUTH ALCOHOL USED.

Data Download Date/Time  05/29/2024 14:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 06/05/2024 Type Department Inspection
Inspector GUTSCHOW,TAYLOR,D Time 13:12:44 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 01923080A3
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 02/05/2025
Number of Simulators 5 Average Standard Deviation 0.0001 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.080
0.20 g/210L Test # 4 0.198
0.08 g/210L Dry Gas Std Test # 4 0.081
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.198
0.08 g/210L Dry Gas Std Test # 5 0.081
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.080
0.198
0.081
INT
0.000
0.050
0.080
0.198
0.081
INT
0.000
0.050
0.080
0.198
0.082
INT
0.000
0.050
0.080
0.199
0.081
INT
0.000
0.050
0.080
0.198
0.081
INT
0.0000
0.0000
0.0003
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

06/05/2024 13:25




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 06/18/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 17:56:50 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.082
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  06/18/2024 17:59

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 07/29/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 13:26:27 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/29/2024 13:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 08/26/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 13:29:39 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/26/2024 13:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 09/27/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 13:43:17 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/02/2024 12:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 10/29/2024 Type Agency Inspection
Inspector DUFFEY ,KYLE, Time 17:22:51 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.081
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.081
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  10/29/2024 17:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 11/19/2024 Type Agency Inspection
Inspector BURNETT,KEITH,R Time 14:08:26 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 0.000
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # (Repeat) 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.050
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.079
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.20 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.08 g/210L Dry Gas Std Test: OK Yes Interferent Detect Test # 2 INT
Interferent Detect Test # (Repeat) 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det:UNK,POSS LOOSE JAR

Data Download Date/Time  11/18/2024 14:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001044

Agency COCONUT CREEK PD Date 12/24/2024 Type Agency Inspection
Inspector BURNETT,KEITH,R Time 09:07:29 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 402357111
Expiration 07/12/2025 Expiration 02/10/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  12/23/2024 09:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Agency JACKSONVILLE SO Date 06/11/2024 Type Agency Inspection
Inspector LOWRY,ALFONSO,L Time 09:52:36 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 0

Compliance Yes

Check or Test

Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK
Barometric Pressure Sensor Check: OK
Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met No
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

BYPASS AI FOR INSPECTION COMPLIANCE NOT DETERMINED

Data Download Date/Time

Printed: 08 January 2025

COBRA ©1997-2014 CMI, Inc.

06/11/2024 09:55




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Agency JACKSONVILLE SO Date 06/14/2024 Type Department Inspection
Inspector PLATT,SHAYLA.,D Time 13:31:02 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.049
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.049
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.049
0.079
0.196
0.079
INT
0.000
0.049
0.079
0.198
0.079
INT
0.000
0.050
0.079
0.199
0.079
INT
0.000
0.050
0.079
0.198
0.079
INT
0.000
0.049
0.079
0.199
0.079
INT
0.0004
0.0000
0.0011
0.0000

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

06/14/2024 13:33




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Agency JACKSONVILLE SO Date 07/19/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 10:35:26 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

PLCD INTO EVED USE AT PTDF

Data Download Date/Time  07/19/2024 10:49

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Agency JACKSONVILLE SO Date 08/22/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 13:22:51 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

RMVD FROM EVED USE AT PTDF 8-22-2024

Data Download Date/Time  08/22/2024 13:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Agency JACKSONVILLE SO Date 09/15/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 07:00:54 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

PLCD INTO EVED USE AT PTDF ON 9-15-2024

Data Download Date/Time  09/16/2024 16:32

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Agency JACKSONVILLE SO Date 10/24/2024 Type Agency Inspection
Inspector POTTER,MICHAEL,R Time 14:32:11 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

REMAINS IN SERV. @ PTDF

Data Download Date/Time  10/24/2024 14:46

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Agency JACKSONVILLE SO Date 11/25/2024 Type Agency Inspection
Inspector LIGHTSEY,ROBERT,D Time 09:37:52 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

EVED USE AT PTDF

Data Download Date/Time  11/26/2024 08:19

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001045

Agency JACKSONVILLE SO Date 12/06/2024 Type Agency Inspection
Inspector POTTER,MICHAEL,R Time 12:10:05 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 15924080A2
Expiration 07/12/2025 Expiration 07/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.083
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.082
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.082
Interferent Detect Test # 3 INT

Remarks:

IN SERVICE PTDF

Data Download Date/Time  12/06/2024 12:13

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 02/08/2024 Type Department Inspection
Inspector NICODEMO,PHIL, Time 14:00:56 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # 06723080A5
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/05/2025
Number of Simulators 5 Average Standard Deviation 0.0002 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.050
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.197
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.050
0.08 g/210L Test # 5 0.079
0.20 g/210L Test # 5 0.197
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.050
0.079
0.197
0.080
INT
0.000
0.050
0.079
0.197
0.079
INT
0.000
0.050
0.079
0.197
0.080
INT
0.000
0.050
0.079
0.197
0.079
INT
0.000
0.050
0.080
0.197
0.079
INT
0.0000
0.0003
0.0003
0.0004

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

02/08/2024 14:09




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 03/24/2024 Type Agency Inspection
Inspector JOHNSON,MATTHEW,P Time 12:30:09 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 07622008A2
Expiration 06/15/2024 Expiration 05/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.198
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION. PLACE BACK IN SERVICE

Data Download Date/Time  03/24/2024 12:39

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 04/21/2024 Type Agency Inspection
Inspector JOHNSON,MATTHEW,P Time 13:07:37 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 07622080A2
Expiration 06/15/2024 Expiration 05/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

Data Download Date/Time  04/21/2024 13:25

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 05/19/2024 Type Agency Inspection
Inspector PATRONE,RICHARD,L Time 12:38:31 Software  8100.27

0.05 Lot # 0.08 Lot # 0.20 Lot # 0.08 Gas Lot #
Expiration Expiration Expiration Expiration

Number of Simulators 5

Compliance No

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes
Date and/or Time Adjusted No
Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 No
Mouth Alcohol Test: Slope Not Met Yes
Interferent Detect Test: Interferent Detect No
Diagnostic Check (Post-Inspection): OK No
Alcohol Free Test: OK No
0.05 g/210L Test: OK No
0.08 g/210L Test: OK No
0.20 g/210L Test: OK No
0.08 g/210L Dry Gas Std Test: OK No

Remarks:

RESIDUE MOUTH ALCOHOL DETECTED PERFORM NEW INSPECTIONNon-compliance: .

Data Download Date/Time  05/19/2024 13:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 05/19/2024 Type Agency Inspection
Inspector PATRONE,RICHARD,L Time 13:26:54 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 01524080AI
Expiration 06/15/2024 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.198
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.198
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

Data Download Date/Time  05/19/2024 13:41

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 06/27/2024 Type Agency Inspection
Inspector PATRONE,RICHARD,L Time 12:07:03 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

Data Download Date/Time  06/27/2024 12:08

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 07/27/2024 Type Agency Inspection
Inspector JOHNSON,MATTHEW,P Time 10:53:15 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

MONTHLY AI

Data Download Date/Time  07/29/2024 08:36

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 08/25/2024 Type Agency Inspection
Inspector PATRONE,RICHARD,L Time 10:14:59 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.195
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

Data Download Date/Time  08/25/2024 10:28

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 09/17/2024 Type Agency Inspection
Inspector JOHNSON,MATTHEW,P Time 09:20:51 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

MONTHLY AI

Data Download Date/Time  09/17/2024 11:29

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 10/26/2024 Type Agency Inspection
Inspector PATRONE,RICHARD,L Time 14:47:07 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/13/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

Data Download Date/Time  10/26/2024 14:47

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 11/29/2024 Type Agency Inspection
Inspector JOHNSON,MATTHEW,P Time 19:20:08 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.197
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

Data Download Date/Time  11/29/2024 19:23

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001046

Agency CLAY COUNTY SO Date 12/19/2024 Type Agency Inspection
Inspector JOHNSON,MATTHEW,P Time 19:14:09 Software  8100.27

0.05 Lot # 202402E
Expiration 02/27/2026

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 01524080A1
Expiration 07/12/2025 Expiration 03/05/2026

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

Data Download Date/Time  12/19/2024 19:24

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001048

Agency LAKE ALFRED PD Date 01/25/2024 Type Agency Inspection
Inspector GETTLE, ANTHONY,W Time 22:26:47 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 28423080A2
Expiration 06/15/2024 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/25/2024 22:45

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001048

Agency LAKE ALFRED PD Date 02/19/2024 Type Agency Inspection
Inspector GETTLE, ANTHONY,W Time 03:01:59 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 28423080A2
Expiration 06/15/2024 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.079
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.200
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.049
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.201
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.050
0.08 g/210L Test # 3 0.080
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/19/2024 03:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001048

Agency LAKE ALFRED PD Date 03/21/2024 Type Department Inspection
Inspector SOTO,ISRAEL, Time 10:48:27 Software  8100.27
0.05 Lot # 202303K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG310901
Expiration 03/29/2025 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 04/19/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.050
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.080
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.080
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.051
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.080
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.200
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.051
0.08 g/210L Test # 3 0.079
0.20 g/210L Test # 3 0.199
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.051
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.199
0.08 g/210L Dry Gas Std Test # 4 0.080
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.051
0.08 g/210L Test # 5 0.080
0.20 g/210L Test # 5 0.199
0.08 g/210L Dry Gas Std Test # 5 0.080
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001048

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.051
0.080
0.199
0.080
INT
0.000
0.050
0.080
0.198
0.080
INT
0.000
0.051
0.080
0.199
0.080
INT
0.000
0.050
0.080
0.199
0.080
INT
0.000
0.051
0.079
0.199
0.080
INT
0.0004
0.0004
0.0004
0.0000

Data Download Date/Time

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.

03/21/2024 11:00




Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001048

Agency LAKE ALFRED PD Date 04/01/2024 Type Agency Inspection
Inspector GETTLE, ANTHONY,W Time 01:49:07 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202206C 0.08 Gas Lot # 28423080A2
Expiration 06/15/2024 Expiration 11/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.049
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.199
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.081
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.050
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.078
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.199
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.081
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.049
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.200
0.08 g/210L Dry Gas Std Test # 3 0.081
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/01/2024 02:11

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 01/29/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 10:30:42 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202206B
Expiration 06/14/2024

0.20 Lot # 202307C 0.08 Gas Lot # 08622080A2
Expiration 07/12/2025 Expiration 06/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.047
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  01/29/2024 10:40

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 02/12/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 12:51:59 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 08622080A2
Expiration 07/12/2025 Expiration 06/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.045
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.045
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  02/12/2024 13:00

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 03/29/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 09:36:27 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 08622080A2
Expiration 07/12/2025 Expiration 06/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.194
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  03/29/2024 09:48

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 04/24/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 22:57:21 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 08622080A2
Expiration 07/12/2025 Expiration 06/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  04/24/2024 23:09

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 05/30/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 09:51:25 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 08622080A2
Expiration 07/12/2025 Expiration 06/05/2024

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.197
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.197
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  05/30/2024 10:10

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 06/21/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 11:05:08 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.077
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.077
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/03/2024 12:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 06/26/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 12:53:47 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.046
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.193
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.194
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.080
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.046
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/03/2024 12:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 07/01/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 09:55:44 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  07/03/2024 12:21

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 08/02/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 11:59:42 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.194
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.046
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.076
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.195
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.076
0.20 g/210L Test # 3 0.195
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

Data Download Date/Time  08/02/2024 12:04

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 09/14/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 12:13:23 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 5 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.076
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.187
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.190
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 0.000
Diagnostic Check (Post-Inspection): OK Yes Interferent Detect Test # (Repeat) 1 INT
Alcohol Free Test: OK Yes Alcohol Free Test # 2 0.000
0.05 g/210L Test: OK Yes 0.05 g/210L Test # 2 0.047
0.08 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.076
0.20 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.190
0.08 g/210L Dry Gas Std Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.191
0.08 g/210L Dry Gas Std Test # 2 0.080
Interferent Detect Test # 2 0.000
Interferent Detect Test # (Repeat) 2 INT
Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.047
0.08 g/210L Test # 3 0.077
0.20 g/210L Test # 3 0.190
0.20 g/210L Test # (Repeat) 3 0.191
0.08 g/210L Dry Gas Std Test # 3 0.080
Interferent Detect Test # 3 0.000
Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: CHANGED SIM. 20: Control Outside Tolerance ALLOW SIM TO WARM UP MORE

Data Download Date/Time  09/14/2024 12:18

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 10/22/2024 Type Agency Inspection
Inspector NIXON,BARRY, Time 11:29:56 Software  8100.27

0.05 Lot # 202303J
Expiration 03/28/2025

0.08 Lot # 202307A
Expiration 07/11/2025

0.20 Lot # 202307C 0.08 Gas Lot # 24923080A2
Expiration 07/12/2025 Expiration 10/05/2025

Number of Simulators 4 Compliance Yes

Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # (Repeat) 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.047
Minimum Sample Volume Check: OK 0.08 g/210L Test # 1 0.075
Barometric Pressure Sensor Check: OK 0.20 g/210L Test # 1 0.178
Alcohol Free Subject Test: 0.000 Yes 0.20 g/210L Test # (Repeat) 1 0.190
Mouth Alcohol Test: Slope Not Met Yes 0.08 g/210L Dry Gas Std Test # 1 0.079
Interferent Detect Test: Interferent Detect Yes Interferent Detect Test # 1 INT
Diagnostic Check (Post-Inspection): OK Yes Alcohol Free Test # (Repeat) 2 0.000
Alcohol Free Test: OK Yes 0.05 g/210L Test # 2 0.047
0.05 g/210L Test: OK Yes 0.08 g/210L Test # 2 0.075
0.08 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.188
0.20 g/210L Test: OK Yes 0.20 g/210L Test # (Repeat) 2 0.191
0.08 g/210L Dry Gas Std Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.079
Interferent Detect Test # 2 INT
Alcohol Free Test # (Repeat) 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.075
0.20 g/210L Test # 3 0.190
0.20 g/210L Test # (Repeat) 3 0.191
0.08 g/210L Dry Gas Std Test # 3 0.079
Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail. 20: Control Outside Tolerance ADD SIM WARM UP TIME.

Data Download Date/Time  10/22/2024 11:33

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Agency PASCO COUNTY SO Date 10/29/2024 Type Department Inspection
Inspector ARMSTRONG,DESTINEE,N Time 11:09:40 Software  8100.27
0.05 Lot # 202406K 0.08 Lot # 202303L 0.20 Lot # 202304C 0.08 Gas Lot # AG325603
Expiration 06/19/2026 Expiration 03/29/2025 Expiration 04/05/2025 Expiration 09/13/2025
Number of Simulators 5 Average Standard Deviation 0.0003 Compliance Yes
Check or Test Result Test Result
Diagnostic Check (Pre-Inspection): OK Yes Alcohol Free Test # 1 0.000
Date and/or Time Adjusted No 0.05 g/210L Test # 1 0.048
Minimum Sample Volume Check: OK Yes 0.08 g/210L Test # 1 0.078
Barometric Pressure Sensor Check: OK Yes 0.20 g/210L Test # 1 0.196
Alcohol Free Subject Test: 0.000 Yes 0.08 g/210L Dry Gas Std Test # 1 0.078
Mouth Alcohol Test: Slope Not Met Yes Interferent Detect Test # 1 INT
Interferent Detect Test: Interferent Detect Yes Alcohol Free Test # 2 0.000
Diagnostic Check (Post-Inspection): OK Yes 0.05 g/210L Test # 2 0.048
Alcohol Free Test: OK Yes 0.08 g/210L Test # 2 0.079
0.05 g/210L Test: OK Yes 0.20 g/210L Test # 2 0.196
0.08 g/210L Test: OK Yes 0.08 g/210L Dry Gas Std Test # 2 0.078
0.20 g/210L Test: OK Yes Interferent Detect Test # 2 INT
0.08 g/210L Dry Gas Std Test: OK Yes Alcohol Free Test # 3 0.000
0.05 g/210L Test # 3 0.048
0.08 g/210L Test # 3 0.078
0.20 g/210L Test # 3 0.196
0.08 g/210L Dry Gas Std Test # 3 0.078
Interferent Detect Test # 3 INT
Alcohol Free Test # 4 0.000
0.05 g/210L Test # 4 0.048
0.08 g/210L Test # 4 0.079
0.20 g/210L Test # 4 0.196
0.08 g/210L Dry Gas Std Test # 4 0.079
Interferent Detect Test # 4 INT
Alcohol Free Test # 5 0.000
0.05 g/210L Test # 5 0.048
0.08 g/210L Test # 5 0.078
0.20 g/210L Test # 5 0.196
0.08 g/210L Dry Gas Std Test # 5 0.079
Interferent Detect Test # 5 INT

Printed: 08 January 2025
COBRA ©1997-2014 CM], Inc.



Florida Department of Law Enforcement

Alcohol Testing Program

Inspection Test Electronic Data

CMI, Inc. Intoxilyzer 8000 Serial Number:  80-001049

Remarks:

Alcohol Free Test # 6

0.05 g/210L Test # 6

0.08 g/210L Test # 6

0.20 g/210L Test # 6

0.08 g/210L Dry Gas Std Test # 6
Interferent Detect Test # 6
Alcohol Free Test # 7

0.05 g/210L Test # 7

0.08 g/210L Test # 7

0.20 g/210L Test # 7

0.08 g/210L Dry Gas Std Test # 7
Interferent Detect Test # 7
Alcohol Free Test # 8

0.05 g/210L Test # 8

0.08 g/210L Test # 8

0.20 g/210L Test # 8

0.08 g/210L Dry Gas Std Test # 8
Interferent Detect Test # 8
Alcohol Free Test # 9

0.05 g/210L Test #9

0.08 g/210L Test # 9

0.20 g/210L Test # 9

0.08 g/210L Dry Gas Std Test # 9
Interferent Detect Test # 9
Alcohol Free Test # 10

0.05 g/210L Test # 10

0.08 g/210L Test # 10

0.20 g/210L Test # 10

0.08 g/210L Dry Gas Std Test # 10
Interferent Detect Test # 10

0.05 g/210L Test (Std Dev)

0.08 g/210L Test (Std Dev)

0.20 g/210L Test (Std Dev)

0.08 g/210L Dry Gas Std Test (Std Dev)

0.000
0.048
0.078
0.196
0.078
INT
0.000
0.048
0.078
0.196
0.078
INT
0.000
0.048
0.079
0.196
0.078
INT
0.000
0.048
0.079
0.196
0.078
INT
0.000
0.048
0.079
0.195
0.078
INT
0.0000
0.0005
0.0003
0.0004
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