
Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

01/23/2019

05:28:00 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 646645

Expiration 12/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0760.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Remarks:

01/23/2019 05:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

02/11/2019

05:21:14 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

02/11/2019 05:43Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

03/30/2019

06:35:32 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/01/2019 07:43Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

04/26/2019

18:44:46 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

04/26/2019 18:52Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

05/24/2019

14:21:04 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/24/2019 14:42Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

07/31/2019

14:00:52 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.202

0.08 g/210L Dry Gas Std Test # 4 0.077

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.202

0.08 g/210L Dry Gas Std Test # 5 0.076

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.203

0.08 g/210L Dry Gas Std Test # 6 0.077

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.203

0.08 g/210L Dry Gas Std Test # 7 0.076

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.203

0.08 g/210L Dry Gas Std Test # 8 0.076

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.203

0.08 g/210L Dry Gas Std Test # 9 0.076

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.203

0.08 g/210L Dry Gas Std Test # 10 0.076

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

07/31/2019 14:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

08/07/2019

05:45:39 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/07/2019 05:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

08/30/2019

22:31:14 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

09/06/2019 21:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

09/23/2019

05:51:31 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

09/23/2019 06:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

10/14/2019

16:47:04 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

10/14/2019 16:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

11/22/2019

20:03:12 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

11/23/2019 04:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SATELLITE BEACH P.D.

SoftwareTime

DateAgency

Inspector

Type

TRIEBELL,DON,R

12/27/2019

20:09:34 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

01/29/2020 09:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

01/11/2019

15:15:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 915310

Expiration 03/07/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/11/2019 15:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

08/13/2019

12:49:02 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0002

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0000

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

08/13/2019 12:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

08/30/2019

18:52:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/03/2019 09:55Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

09/30/2019

14:47:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

A F / M A: No Sample Provided.

10/02/2019 13:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

10/25/2019

19:41:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/25/2019 19:52Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

11/30/2019

14:45:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/30/2019 14:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

12/31/2019

17:19:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A: .

12/31/2019 17:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

01/11/2019

22:42:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/11/2019 22:48Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/18/2019

10:01:25 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

01/18/2019 10:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

02/02/2019

21:52:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/02/2019 21:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

03/20/2019

22:49:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/20/2019 22:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

04/18/2019

03:15:55 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/18/2019 03:27Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

05/11/2019

22:31:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

05/11/2019 22:40Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

06/01/2019

23:21:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

06/01/2019 23:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

07/10/2019

20:15:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

07/10/2019 20:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

08/03/2019

20:12:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

08/03/2019 20:26Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

09/04/2019

23:03:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/04/2019 23:28Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

10/02/2019

22:31:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

10/02/2019 22:42Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

11/07/2019

11:05:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/07/2019 11:19Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

12/21/2019

21:10:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/21/2019 21:32Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

GARRITY,THOMAS,A

01/09/2019

16:53:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.169Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.199Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0810.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1990.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1980.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.199

0.20 g/210L Test # (Repeat) 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

01/09/2019 17:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

GARRITY,THOMAS,A

02/28/2019

18:07:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

02/28/2019 18:24Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

GARRITY,THOMAS,A

03/28/2019

19:25:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.000Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.198Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.0000.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1980.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.000

0.20 g/210L Test # (Repeat) 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

03/28/2019 19:30Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

GARRITY,THOMAS,A

04/24/2019

17:26:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0750.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Remarks:

04/24/2019 18:01Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

05/27/2019

14:44:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.047Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.197Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.044Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0480.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0790.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1980.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.044

0.05 g/210L Test # (Repeat) 3 0.047

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance.

05/27/2019 16:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

06/28/2019

19:38:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.000Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1990.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.000

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance TUBE NOT ATTACHED.

06/28/2019 20:27Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

07/28/2019

19:30:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.049Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

07/28/2019 19:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

08/19/2019

20:51:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/19/2019 21:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

09/25/2019

21:01:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/25/2019 21:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

10/25/2019

02:49:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/25/2019 03:53Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

12/04/2019

09:01:46 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BY-PASSED AI.COMPLIANCE NOT DETERMINED.

12/04/2019 12:18Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

12/04/2019

11:33:12 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.051

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.202

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.051

0.08 g/210L Test # 5 0.082

0.20 g/210L Test # 5 0.202

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.082

0.20 g/210L Test # 6 0.202

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.051

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.202

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.082

0.20 g/210L Test # 8 0.202

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.082

0.20 g/210L Test # 9 0.202

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.051

0.08 g/210L Test # 10 0.082

0.20 g/210L Test # 10 0.202

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0000

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

12/04/2019 12:18Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001004CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

12/15/2019

20:10:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/15/2019 20:22Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

01/11/2019

22:14:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/11/2019 22:16Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/18/2019

10:18:31 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.077

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.077

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

01/18/2019 10:21Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

02/02/2019

21:16:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

No 0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A F / M A:TOO MUCH MAS INTRODUCED REPEAT OK.

02/04/2019 12:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

02/04/2019

12:13:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.08 g/210L Test # 1 0.071Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.076Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.192Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0740.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0770.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1940.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.076

0.08 g/210L Test # (Repeat) 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance UNK.PROB. REPEAT OK..

02/04/2019 12:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

03/20/2019

22:06:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

03/20/2019 22:12Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

04/17/2019

21:29:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.189Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.193Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1910.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1930.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.192

0.20 g/210L Test # (Repeat) 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance UNK.PROB.REPEAT OK..

04/17/2019 21:32Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

05/11/2019

21:25:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/11/2019 21:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

06/01/2019

21:24:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/01/2019 21:27Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

07/10/2019

23:06:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

07/10/2019 23:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

08/03/2019

23:13:14 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/03/2019 23:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

09/04/2019

23:37:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/04/2019 23:46Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

10/03/2019

00:14:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/03/2019 00:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

11/07/2019

11:45:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/07/2019 12:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

12/21/2019

23:11:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/21/2019 23:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

DOVEL,RYAN,M

01/26/2019

15:52:22 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/26/2019 15:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

DOVEL,RYAN,M

02/27/2019

20:12:16 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/27/2019 20:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

DOVEL,RYAN,M

03/30/2019

21:52:03 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

04/04/2019 12:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

04/27/2019

06:53:42 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/02/2019 08:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

05/18/2019

04:27:12 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/18/2019 04:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

06/03/2019

15:00:15 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0006

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0006

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0010

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

06/03/2019 15:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

06/07/2019

04:00:58 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2018

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/11/2019 07:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

07/13/2019

02:05:00 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/14/2019 04:39Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

08/14/2019

04:08:19 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/14/2019 04:39Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

09/21/2019

01:43:12 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/21/2019 02:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

10/21/2019

02:03:01 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/21/2019 02:21Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

11/25/2019

01:40:14 8100.27

Agency Inspection

Number of Simulators 2 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

11/25/2019 02:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

INDIALANTIC P.D.

SoftwareTime

DateAgency

Inspector

Type

GIBSON,ZACHARY,A

12/17/2019

00:57:35 8100.27

Agency Inspection

Number of Simulators 2 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/17/2019 01:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

01/28/2019

08:24:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 684131

Expiration 01/23/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

01/28/2019 10:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

02/20/2019

06:40:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 684131

Expiration 01/23/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

02/20/2019 06:54Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

03/28/2019

08:31:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 684131

Expiration 01/23/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.083Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/29/2019 09:52Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

04/29/2019

09:39:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

05/30/2019 15:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

05/21/2019

09:30:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.083

Interferent Detect Test # 3 INT

Remarks:

05/30/2019 15:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

05/30/2019

13:16:37 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT. NOT A COMPLIANCE CHECK.

05/30/2019 15:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

05/30/2019

15:37:31 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.082

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.081

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.081

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.082

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

05/30/2019 15:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

06/05/2019

09:32:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.085Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

No 0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0850.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

No Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.086

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance. Non-compliance: .

06/05/2019 10:48Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

06/05/2019

11:21:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # (Repeat) 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

00: RFI Detect.

06/05/2019 16:39Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

HAGER,KEVIN,M

06/11/2019

14:18:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

06/24/2019 09:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

HAGER,KEVIN,M

07/24/2019

12:52:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.000Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.082Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # (Repeat) 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.051Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2020.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0820.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.082

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.082

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail. 08: Control Outside Tolerance.

08/22/2019 10:05Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

HAGER,KEVIN,M

08/27/2019

09:57:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

09/03/2019 15:41Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

HAGER,KEVIN,M

09/24/2019

09:27:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/24/2019 16:28Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

10/27/2019

07:22:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

11/06/2019 10:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

11/28/2019

07:08:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

12/06/2019 12:10Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HAINES CITY PD

SoftwareTime

DateAgency

Inspector

Type

WEBER,RAY,M

12/31/2019

08:29:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 906364

Expiration 02/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/08/2020 08:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WEST MELBOURNE P.D.

SoftwareTime

DateAgency

Inspector

Type

POPA,SHANE,Z

01/31/2019

07:14:03 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/31/2019 07:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WEST MELBOURNE P.D.

SoftwareTime

DateAgency

Inspector

Type

POPA,SHANE,Z

02/26/2019

16:34:08 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

02/26/2019 16:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WEST MELBOURNE P.D.

SoftwareTime

DateAgency

Inspector

Type

POPA,SHANE,Z

03/30/2019

10:29:52 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/30/2019 10:54Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WEST MELBOURNE P.D.

SoftwareTime

DateAgency

Inspector

Type

POPA,SHANE,Z

04/23/2019

09:50:40 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/23/2019 09:54Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WEST MELBOURNE P.D.

SoftwareTime

DateAgency

Inspector

Type

POPA,SHANE,Z

05/16/2019

10:34:31 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

05/16/2019 10:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WEST MELBOURNE P.D.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

05/22/2019

13:08:59 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0008

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

05/22/2019 13:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

01/27/2019

22:38:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

24818080A2

10/05/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1920.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.192

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

.20 WAS 201802G - 02/22/2020 ; .08DGST LOT INPUTTED IN ERR

01/27/2019 22:47Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

02/26/2019

10:58:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/26/2019 11:46Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

03/28/2019

18:27:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1910.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.191

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

03/28/2019 18:31Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

04/11/2019

13:26:58 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.195

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.195

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.195

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.195

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.195

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.195

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.195

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0007

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

04/11/2019 13:31Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

04/28/2019

15:27:38 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1920.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.192

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

04/28/2019 15:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

05/22/2019

09:49:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.192

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/22/2019 10:01Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

06/28/2019

03:50:21 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/28/2019 03:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

07/29/2019

02:24:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/29/2019 02:32Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

08/28/2019

04:23:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/28/2019 04:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

09/29/2019

04:52:02 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/29/2019 05:16Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

10/28/2019

18:18:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/28/2019 18:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

11/23/2019

04:54:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/23/2019 05:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BAY P.D.

SoftwareTime

DateAgency

Inspector

Type

LUTZ,EDWIN,J

12/29/2019

16:53:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/30/2019 13:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

05/07/2019

11:31:38 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

05/07/2019 16:05Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

05/07/2019

16:02:21 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.196

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.196

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.196

0.08 g/210L Dry Gas Std Test # 6 0.077

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.196

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.196

0.08 g/210L Dry Gas Std Test # 8 0.077

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.196

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.196

0.08 g/210L Dry Gas Std Test # 10 0.077

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

05/07/2019 16:05Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

05/27/2019

16:43:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

05/27/2019 16:47Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

WAGNER,ROBERT,F

06/28/2019

19:37:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

06/28/2019 20:26Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

07/28/2019

19:43:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

07/28/2019 22:18Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

08/19/2019

20:58:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 19817080A3

Expiration 09/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/19/2019 21:52Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

09/25/2019

21:17:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Range Exceeded.

09/25/2019 21:47Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001010CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BREVARD COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

ROBIN,GASTON,A

10/25/2019

02:51:22 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/25/2019 03:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

01/22/2019

13:48:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.083

Interferent Detect Test # 3 INT

Remarks:

01/22/2019 13:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

02/07/2019

13:04:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.083

Interferent Detect Test # 3 INT

Remarks:

ROTATED OUT OF SERV. 2.7.2019

02/07/2019 13:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

05/14/2019

10:07:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

REMOVED FOR ANNUAL PM SERVICE 5/14/2019

05/14/2019 10:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

06/20/2019

09:41:32 8100.27

Number of Simulators

Department Inspection

Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Average Standard Deviation

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK Yes

Barometric Pressure Sensor Check: OK Yes

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

DIAGNOSTIC FAILURE. I WILL REPEAT THE INSPECTION.Non-compliance:DIAGNOSTIC FAILURE.

06/20/2019 11:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

06/20/2019

11:05:33 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0000

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

06/20/2019 11:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

08/14/2019

09:38:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

PLACED INTO SERVICE AT PTDF 8-14-2019

08/14/2019 09:46Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

08/29/2019

12:56:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/30/2019 09:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

09/20/2019

11:12:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/20/2019 11:19Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

10/17/2019

10:09:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.049Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.198Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0500.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0790.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # (Repeat) 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05: RFI Detect. RADIO TRAFFIC IN HALLWAY CLEARED AND RERAN

10/21/2019 09:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

11/29/2019

11:50:55 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/03/2019 10:51Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

12/20/2019

10:12:09 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/20/2019 10:26Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

KOLBICKA,LAWRENCE,R

01/04/2019

09:50:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 32316080A2

Expiration 01/05/2019

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

OUT OF SERVICE FOR DEPARTMENT INSPECTION

01/04/2019 09:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/09/2019

14:05:15 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0002

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.196

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.196

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0000

0.08 g/210L Test (Std Dev) 0.0000

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

01/09/2019 14:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

KOLBICKA,LAWRENCE,R

02/20/2019

12:50:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Range Exceeded. TOO MUCH MA

02/20/2019 12:53Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

KOLBICKA,LAWRENCE,R

03/13/2019

14:54:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

03/13/2019 14:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

KOLBICKA,LAWRENCE,R

04/04/2019

13:55:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.048Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.20 g/210L Test: OK Yes

Interferent Detect Test # 2 0.0000.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 0.000

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: SEAL LOOSE/TOP NOT TIGHT

04/04/2019 14:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

KOLBICKA,LAWRENCE,R

05/21/2019

10:33:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

05/21/2019 10:43Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

ROLLESTON,JACOB,M

06/13/2019

17:11:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

06/13/2019 17:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

ROLLESTON,JACOB,M

07/05/2019

16:06:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

Interferent Detect Test # 1 INTMinimum Sample Volume Check: OK

Alcohol Free Test # 2 0.000Barometric Pressure Sensor Check: OK

0.05 g/210L Test # 2 0.048Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 2 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 3 0.000Interferent Detect Test: Interferent Detect Yes

No 0.05 g/210L Test # 3 0.048Diagnostic Check (Post-Inspection): OK

Interferent Detect Test # 3 INTAlcohol Free Test: OK Yes

0.05 g/210L Test: OK Yes

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

07/05/2019 16:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

ROLLESTON,JACOB,M

07/05/2019

16:39:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

07/05/2019 16:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

ROLLESTON,JACOB,M

08/22/2019

16:59:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/22/2019 17:16Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

ROLLESTON,JACOB,M

09/20/2019

17:41:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

09/20/2019 18:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

KOLBICKA,LAWRENCE,R

10/04/2019

15:57:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/04/2019 16:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

ROLLESTON,JACOB,M

11/07/2019

10:55:09 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.000Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1950.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance.

11/07/2019 11:12Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

ROLLESTON,JACOB,M

12/13/2019

15:48:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

01/10/2020 11:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS PARK PD

SoftwareTime

DateAgency

Inspector

Type

ROLLESTON,JACOB,M

12/17/2019

10:23:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

OUT OF SERVICE

01/10/2020 11:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/15/2019

11:39:58 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT. NOT A COMPLIANCE CHECK.

01/15/2019 14:28Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/15/2019

14:21:15 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.196

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.196

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.196

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

01/15/2019 14:28Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

05/22/2019

13:14:56 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

05/22/2019 13:19Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

06/15/2019

10:37:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/04/2019 18:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

07/04/2019

21:27:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/04/2019 21:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

08/21/2019

02:39:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/21/2019 02:43Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

09/27/2019

01:55:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/27/2019 02:18Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

10/14/2019

09:12:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/14/2019 09:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

11/26/2019

09:15:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/26/2019 09:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

12/30/2019

20:56:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/30/2019 21:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

01/08/2019

15:33:46 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/08/2019 15:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

01/16/2019

11:28:02 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.083

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.083

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.083

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.083

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.083

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.083

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.083

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0006

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

01/16/2019 11:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

01/22/2019

15:26:43 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/22/2019 15:32Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

02/27/2019

16:28:39 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

02/27/2019 16:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

03/28/2019

15:18:12 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # (Repeat) 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail UNKN WHAT CAUSED.

03/28/2019 15:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

04/29/2019

15:24:34 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

04/29/2019 15:30Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

05/29/2019

15:34:54 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

05/29/2019 15:42Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

06/26/2019

15:16:36 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

06/26/2019 15:22Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

07/29/2019

16:01:38 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

07/29/2019 16:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

08/27/2019

17:39:15 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

08/27/2019 18:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

09/30/2019

15:43:11 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 686331

Expiration 01/31/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

09/30/2019 15:51Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

10/31/2019

13:13:37 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1094981

Expiration 02/22/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/31/2019 13:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

11/27/2019

16:06:26 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1094981

Expiration 02/22/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/27/2019 16:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

COCONUT CREEK PD

SoftwareTime

DateAgency

Inspector

Type

DUFFEY,KYLE,

12/30/2019

15:35:16 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1094981

Expiration 02/22/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/30/2019 15:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

02/08/2019

12:21:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

PLACED INTO SERV. 2.8.2019

02/08/2019 12:35Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

03/04/2019

11:37:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/04/2019 11:47Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

03/15/2019

11:34:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/15/2019 11:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

04/16/2019

15:02:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1920.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/16/2019 15:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

05/01/2019

12:43:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/01/2019 12:52Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

05/14/2019

11:40:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/14/2019 11:54Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

05/29/2019

12:50:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/29/2019 13:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

06/12/2019

11:40:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/12/2019 12:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

06/26/2019

13:18:14 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/26/2019 13:26Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

07/18/2019

11:08:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/18/2019 11:19Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

07/30/2019

10:42:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

07/30/2019 10:51Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

08/14/2019

10:47:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

08/14/2019 10:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

08/29/2019

12:55:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/29/2019 13:05Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

09/20/2019

11:13:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/20/2019 11:24Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

10/17/2019

10:01:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

10/21/2019 11:30Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

10/25/2019

11:43:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

REMOVED FROM SERVICE FOR ANN. PM. AND DEPT. INSP. 10-25-19

11/15/2019 08:37Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

MURPHY,PATRICK,J

12/18/2019

08:19:03 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

SKIPPED AI TO OPERATE INSTRUMENT

12/18/2019 12:16Data Download Date/Time

04 February 2020Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

MURPHY,PATRICK,J

12/18/2019

12:09:52 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.047

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0009

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

12/18/2019 12:16Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HARWOOD,CHARLES,M

01/11/2019

15:44:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/11/2019 16:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

02/22/2019

10:12:15 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

02/22/2019 10:49Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HARWOOD,CHARLES,M

03/25/2019

12:23:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/25/2019 12:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

04/21/2019

07:51:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSP RETURN FOR ANNUAL

04/21/2019 08:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

KIRKLAND,BRETT,H

05/28/2019

15:55:03 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.081

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.081

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.081

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

05/28/2019 15:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

07/25/2019

11:29:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION RETURN TO SERVICE

07/25/2019 11:43Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HARWOOD,CHARLES,M

08/26/2019

03:10:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/26/2019 16:24Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

09/26/2019

18:01:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

09/26/2019 18:12Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HARWOOD,CHARLES,M

10/24/2019

20:29:15 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/28/2019 21:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

11/16/2019

09:19:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

11/16/2019 09:27Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

12/15/2019

13:33:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

12/15/2019 13:39Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

01/16/2019

17:20:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

A. FRAZIER PRESENT & OBSERVED

01/16/2019 17:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

02/13/2019

17:11:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER CONDUCTED INSPECTION

02/13/2019 17:16Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

03/22/2019

12:37:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER OBSERVED INSPECTION.

03/22/2019 14:35Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

04/14/2019

03:44:09 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER OBSERVED.

04/18/2019 16:18Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

01/21/2019

12:46:52 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/21/2019 12:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

02/05/2019

14:51:27 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

02/05/2019 15:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

03/10/2019

21:18:19 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 0.000Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1990.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

Interferent Detect Test # 2 0.0000.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 0.000

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det:BAD ACETONE BOTTLE RETEST MADE CONTACT WITH TJ     . BAD ACETONE BOTTLE/CONTACT W/TJ USED
GOOD ACETONE RETESTED

03/10/2019 21:28Data Download Date/Time

04 February 2020Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

03/15/2019

13:00:14 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0001

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.077

0.20 g/210L Test # 4 0.195

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.077

0.20 g/210L Test # 5 0.195

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.076

0.20 g/210L Test # 6 0.195

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.077

0.20 g/210L Test # 7 0.195

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.076

0.20 g/210L Test # 8 0.195

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.077

0.20 g/210L Test # 9 0.195

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.077

0.20 g/210L Test # 10 0.195

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0000

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0000

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

03/15/2019 13:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

03/22/2019

14:45:48 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

BACK IN SVC AFTER ANNUAL INSPECTION 2019

03/22/2019 14:56Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

04/27/2019

22:06:53 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/30/2019 16:35Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

05/28/2019

18:50:31 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

06/05/2019 15:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

06/12/2019

00:09:07 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/14/2019 15:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

07/23/2019

21:43:53 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/26/2019 18:41Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

08/25/2019

23:52:22 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/29/2019 15:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

09/08/2019

18:45:13 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/08/2019 19:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

10/29/2019

09:48:34 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/29/2019 10:26Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

11/21/2019

16:24:37 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/26/2019 10:21Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001048CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKE ALFRED PD

SoftwareTime

DateAgency

Inspector

Type

GETTLE,ANTHONY,W

12/29/2019

14:15:40 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 31517080A1

Expiration 01/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/02/2020 11:18Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

01/09/2019

19:41:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.000Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.073Barometric Pressure Sensor Check: OK

Interferent Detect Test # 1 INTAlcohol Free Subject Test: 0.000 Yes

Alcohol Free Test # 2 0.000Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # 2 0.049Interferent Detect Test: Interferent Detect Yes

No 0.08 g/210L Test # 2 0.000Diagnostic Check (Post-Inspection): OK

0.08 g/210L Test # (Repeat) 2 0.075Alcohol Free Test: OK Yes

Interferent Detect Test # 2 INT0.05 g/210L Test: OK Yes

No Alcohol Free Test # 3 0.0000.08 g/210L Test: OK

No 0.05 g/210L Test # 3 0.0490.20 g/210L Test: OK

No 0.08 g/210L Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK

0.08 g/210L Test # (Repeat) 3 0.076

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:OUTSIDE TOLERANCE.

01/09/2019 19:47Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/22/2019

13:09:21 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0000

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

01/22/2019 13:31Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

01/22/2019

20:18:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.199Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 20.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.2000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # (Repeat) 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

20: RFI Detect.REPEATED TEST

01/22/2019 20:25Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

02/19/2019

16:08:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/19/2019 16:21Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

03/29/2019

22:16:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

03/31/2019 15:19Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

04/24/2019

11:26:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/27/2019 11:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

05/16/2019

18:23:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/17/2019 10:53Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

06/18/2019

14:48:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/18/2019 15:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

07/12/2019

19:11:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/13/2019 18:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

08/20/2019

16:36:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.048Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.080Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.200Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0490.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0800.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.000

0.05 g/210L Test # (Repeat) 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance CHANGED SIMULATOR.

09/26/2019 17:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

09/26/2019

19:08:33 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.049Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.185Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.198Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1960.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.2000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.20 g/210L Test # (Repeat) 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed. 20: Control Outside Tolerance TIGHTEN SIM AND REPEAT.

09/30/2019 14:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

10/22/2019

14:42:57 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 14219808A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

10/22/2019 14:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

11/20/2019

15:15:05 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.050Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

11/20/2019 15:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

12/27/2019

19:43:14 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/31/2019 15:24Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SWINSON,CHRIS,J

01/31/2019

17:23:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03417080A1

Expiration 03/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

01/31/2019 17:31Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SCHAUT,RICHARD,J

02/28/2019

15:20:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03417080A1

Expiration 03/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.073Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.195Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0710.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0780.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1950.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.072

0.08 g/210L Test # (Repeat) 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance. REPLACED O RINGS

02/28/2019 15:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SWINSON,CHRIS,J

03/26/2019

15:18:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 29017080A2

Expiration 12/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/26/2019 15:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



0.08 g/210L Test # 5 0.080

Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

04/25/2019

09:44:22 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.051Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.051

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.079

0.08 g/210L Dry Gas Std Test # (Repeat) 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



0.20 g/210L Test (Std Dev) 0.0005

Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.196

0.08 g/210L Dry Gas Std Test # 5 0.079

0.08 g/210L Dry Gas Std Test # (Repeat) 5 0.079

Interferent Detect Test # 5 INT

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.196

0.08 g/210L Dry Gas Std Test # 6 0.079

0.08 g/210L Dry Gas Std Test # (Repeat) 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.079

0.08 g/210L Dry Gas Std Test # (Repeat) 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.196

0.08 g/210L Dry Gas Std Test # 8 INT

0.08 g/210L Dry Gas Std Test # (Repeat) 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.196

0.08 g/210L Dry Gas Std Test # (Repeat) 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.196

0.08 g/210L Dry Gas Std Test # (Repeat) 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0006

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev)
(Repeat)

0.0005

Remarks:

08: Interferent Detect CLEARED WORKBENCH AND REPEATED TEST .

04/25/2019 10:35Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SCHAUT,RICHARD,J

04/29/2019

16:46:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03519080A4

Expiration 04/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 0.000Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

Interferent Detect Test # 2 0.0000.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 0.000

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det:NOT MET. REMIX SOLUTION.
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Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SWINSON,CHRIS,J

05/30/2019

15:47:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03519080A4

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:
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Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SCHAUT,RICHARD,J

06/28/2019

11:32:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03519080A4

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.049Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.
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Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SWINSON,CHRIS,J

07/31/2019

14:58:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03519080A4

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

INSP SCHAUT PRESENT
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Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SCHAUT,RICHARD,J

08/29/2019

14:37:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A4

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

INSPECTOR SWINSON PRESENT
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Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SWINSON,CHRIS,J

09/24/2019

15:30:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A4

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.075Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/24/2019 15:39Data Download Date/Time
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Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SCHAUT,RICHARD,J

10/30/2019

15:10:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A4

Expiration 04/02/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/30/2019 15:28Data Download Date/Time
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Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SWINSON,CHRIS,J

11/25/2019

11:22:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A4

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.048Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.074Barometric Pressure Sensor Check: OK

0.08 g/210L Test # (Repeat) 1 0.078Alcohol Free Subject Test: 0.000 Yes

0.20 g/210L Test # 1 0.195Mouth Alcohol Test: Slope Not Met Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Interferent Detect Test: Interferent Detect Yes

Interferent Detect Test # 1 INTDiagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0490.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0720.08 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0780.20 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1950.08 g/210L Dry Gas Std Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.079

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # (Repeat) 3 0.049

0.08 g/210L Test # 3 0.078

0.08 g/210L Test # (Repeat) 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05: RFI Detect. 08: Control Outside Tolerance CONTAINER RESEATED.
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Florida Department of Law Enforcement

80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CORAL SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

SWINSON,CHRIS,J

12/19/2019

11:03:22 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A4

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

12/19/2019 11:13Data Download Date/Time
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Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

01/15/2019

08:13:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

01/15/2019 08:25Data Download Date/Time
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/17/2019

14:10:57 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.202

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.202

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:
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Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

02/06/2019

15:42:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Improper Sample.

02/06/2019 15:52Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

03/07/2019

09:33:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

03/07/2019 09:41Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

04/10/2019

08:23:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.052Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.082Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.204Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0520.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0830.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2030.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.000

0.05 g/210L Test # (Repeat) 3 0.050

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance.

04/10/2019 08:31Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

05/09/2019

08:48:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.083Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

05/09/2019 09:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

06/10/2019

10:37:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

06/10/2019 12:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

07/11/2019

09:05:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 08/22/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24816080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201808E

Alcohol Free Test # 1 INTDiagnostic Check (Pre-Inspection): OK Yes

No Alcohol Free Test # (Repeat) 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # 1 0.051Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.079Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.201Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # (Repeat) 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2010.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

00: Interferent Detect..05 LOT 201811C EXP 11/13/2020

07/11/2019 09:40Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

08/05/2019

10:10:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

08/05/2019 13:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

09/16/2019

09:03:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

09/16/2019 10:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

10/21/2019

09:38:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Range Exceeded.

10/21/2019 09:55Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

11/14/2019

16:21:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

11/14/2019 16:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

12/23/2019

10:15:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

12/23/2019 10:31Data Download Date/Time

04 February 2020Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

KIRKLAND,BRETT,H

01/31/2019

12:53:18 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.082

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.081

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.082

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0006

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

01/31/2019 13:01Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

NYE,TERRY,L

02/06/2019

09:27:43 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A5

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.188Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.193Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # (Repeat) 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1910.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1940.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.191

0.20 g/210L Test # (Repeat) 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail HAD TO OPEN DOOR AND AIR OUT ROOM         . 20: Control Outside Tolerance LOSE SIM LID.

02/06/2019 09:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

NYE,TERRY,L

02/25/2019

07:57:50 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A5

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/25/2019 08:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

NYE,TERRY,L

04/01/2019

16:05:12 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A5

Expiration 10/05/2019

Test Result

0.05 Lot # 201802

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

TESTED IMP SAMPLE.

04/01/2019 16:19Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

NYE,TERRY,L

04/22/2019

09:44:42 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

04/22/2019 09:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

NYE,TERRY,L

05/28/2019

11:28:43 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/28/2019 11:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

NYE,TERRY,L

06/26/2019

08:57:31 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

06/26/2019 09:22Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

NYE,TERRY,L

07/21/2019

12:07:23 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

07/21/2019 12:41Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

NYE,TERRY,L

08/30/2019

07:50:23 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32528080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

08/30/2019 08:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

HIGGINBOTHAM,BRIAN,K

09/27/2019

06:42:01 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/27/2019 07:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

HIGGINBOTHAM,BRIAN,K

10/26/2019

09:54:45 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

10/26/2019 10:30Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

HIGGINBOTHAM,BRIAN,K

11/27/2019

10:46:19 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

11/27/2019 11:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NASSAU CO SO

SoftwareTime

DateAgency

Inspector

Type

HIGGINBOTHAM,BRIAN,K

12/31/2019

11:03:52 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.074Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.195Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0760.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0790.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1950.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.08 g/210L Test # (Repeat) 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance SIM HOSE WAS LOOSE.

12/31/2019 11:56Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

01/18/2019

01:05:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A5

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/18/2019 13:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

02/20/2019

01:21:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A5

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/20/2019 01:27Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

03/10/2019

01:26:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.075Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

03/10/2019 01:36Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

04/20/2019

09:32:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/25/2019 11:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

05/18/2019

09:31:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/21/2019 10:01Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

06/15/2019

09:47:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/17/2019 11:37Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

07/04/2019

22:02:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.193Minimum Sample Volume Check: OK

Interferent Detect Test # 1 INTBarometric Pressure Sensor Check: OK

Alcohol Free Test # 2 0.000Alcohol Free Subject Test: 0.000 Yes

0.05 g/210L Test # 2 0.047Mouth Alcohol Test: Slope Not Met Yes

0.08 g/210L Test # 2 0.194Interferent Detect Test: Interferent Detect Yes

No Interferent Detect Test # 2 INTDiagnostic Check (Post-Inspection): OK

Alcohol Free Test # 3 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 3 0.0470.05 g/210L Test: OK Yes

No 0.08 g/210L Test # 3 0.1940.08 g/210L Test: OK

No Interferent Detect Test # 3 INT0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

00HIT WRONG KEY.

07/04/2019 22:47Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

07/04/2019

22:41:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Improper Sample.

07/04/2019 22:48Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

08/21/2019

01:48:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/21/2019 01:56Data Download Date/Time

04 February 2020Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

09/06/2019

13:57:16 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.077

Interferent Detect Test # 5 INT

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.077

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0006

Remarks:

09/06/2019 14:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GLASCO,GREGORY,S

09/27/2019

01:20:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/27/2019 01:43Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

10/14/2019

08:17:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/14/2019 08:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

11/26/2019

08:32:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/26/2019 08:39Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HIGHLANDS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ABELN,SHON,W

12/30/2019

20:11:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/30/2019 20:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/03/2019

16:26:22 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.052

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.052

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.052

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.052

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.052

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.051

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0006

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

01/03/2019 16:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

01/28/2019

07:38:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

01/28/2019 08:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

02/27/2019

10:51:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

02/27/2019 11:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

03/23/2019

10:03:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

03/23/2019 10:53Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

04/28/2019

09:56:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.000Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2000.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.000

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance.

04/29/2019 17:40Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

05/27/2019

10:46:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/31/2019 06:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

06/26/2019

07:51:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/26/2019 09:27Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAWKINS,KIMBERLY,J

07/24/2019

07:02:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/25/2019 07:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

08/25/2019

10:43:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/26/2019 15:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

09/25/2019

05:17:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/25/2019 06:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

10/23/2019

05:23:15 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/23/2019 11:16Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

11/25/2019

09:21:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/25/2019 16:39Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

12/24/2019

11:20:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/26/2019 14:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

01/02/2019

14:25:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG728303

Expiration 10/10/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/02/2019 14:30Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

02/11/2019

13:23:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

210802G

02/22/2020

0.08 Gas Lot # AG728303

Expiration 10/10/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.049Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

02/11/2019 13:31Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

03/06/2019

14:11:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.179Barometric Pressure Sensor Check: OK

Interferent Detect Test # 1 INTAlcohol Free Subject Test: 0.000 Yes

Alcohol Free Test # 2 0.000Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # 2 0.051Interferent Detect Test: Interferent Detect Yes

No 0.08 g/210L Test # 2 0.079Diagnostic Check (Post-Inspection): OK

0.20 g/210L Test # 2 0.201Alcohol Free Test: OK Yes

Interferent Detect Test # 2 INT0.05 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Test: OK Yes

No 0.05 g/210L Test # 3 0.0500.20 g/210L Test: OK

No 0.08 g/210L Test # 3 0.0790.08 g/210L Dry Gas Std Test: OK

0.20 g/210L Test # 3 0.200

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance - O-RING FAILED ON SIMULATOR.

03/06/2019 15:11Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

03/06/2019

14:23:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

A F / M A: STILL HAD MA FROM PREVIOUS                      .

03/06/2019 15:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

03/06/2019

15:03:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.097Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.199Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # (Repeat) 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.048Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1060.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1990.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.20 g/210L Test # (Repeat) 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail. 20: Control Outside Tolerance O-RING NOT SEATED.

03/06/2019 15:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

04/02/2019

16:01:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/02/2019 16:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

05/13/2019

09:54:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/13/2019 10:05Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

06/10/2019

17:36:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/10/2019 17:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

06/19/2019

18:54:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.050Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

06/19/2019 19:04Data Download Date/Time

04 February 2020Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

06/20/2019

10:16:28 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.083Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.051

0.08 g/210L Test # 4 0.083

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.051

0.08 g/210L Test # 5 0.082

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.082

0.20 g/210L Test # 6 0.202

0.08 g/210L Dry Gas Std Test # 6 0.081

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.052

0.08 g/210L Test # 7 0.083

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.081

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.082

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.082

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.082

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.081

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

06/20/2019 10:24Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

06/20/2019

13:47:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

POST ANNUAL INSPECTION

06/20/2019 13:54Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

07/09/2019

15:00:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

A F / M A:NOT ENOUGH MOUTH ALCOHOL.

07/09/2019 15:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

07/09/2019

15:39:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.083Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NEW INSPECTION AFTER MA FAILURE DUE TO NOT ENOUGH MA.

07/09/2019 15:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

08/07/2019

15:28:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/08/2019 15:10Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

09/02/2019

10:00:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/03/2019 15:12Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

10/01/2019

10:36:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.052Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

10/01/2019 10:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAVIE PD

SoftwareTime

DateAgency

Inspector

Type

STRUNK,JOHN,D

11/13/2019

10:24:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.052Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

11/13/2019 10:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

01/04/2019

11:57:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 06717080A7

Expiration 05/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

01/04/2019 12:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

02/12/2019

23:41:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 06717080A7

Expiration 05/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

02/13/2019 10:43Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

KIRKLAND,BRETT,H

02/20/2019

14:29:40 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

A F / M A:PUT MOUTH ALCOHOL SAMPLE FIRST.

02/20/2019 14:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

03/12/2019

22:46:38 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 06717080A7

Expiration 05/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

PASS

03/12/2019 22:54Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

04/08/2019

14:36:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

PASS

04/08/2019 14:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

05/07/2019

13:14:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/07/2019 13:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

06/09/2019

06:49:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/10/2019 16:10Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

07/09/2019

14:44:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/09/2019 14:54Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

08/06/2019

15:10:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/06/2019 15:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

09/12/2019

17:49:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/12/2019 18:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

10/09/2019

15:52:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/09/2019 16:10Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

11/06/2019

11:38:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

11/06/2019 11:52Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

12/05/2019

13:22:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

12/05/2019 13:32Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WINTER HAVEN PD

SoftwareTime

DateAgency

Inspector

Type

HEBSON,BRET,E

01/29/2019

15:22:08 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 34917080A4

Expiration 02/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.074Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.079Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.199Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0740.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0800.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2010.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.072

0.08 g/210L Test # (Repeat) 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance. LOOSEN AND RETIGHTEN SIM

01/29/2019 15:32Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WINTER HAVEN PD

SoftwareTime

DateAgency

Inspector

Type

HEBSON,BRET,

02/27/2019

14:52:47 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 34917080A4

Expiration 02/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.074Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.079Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.201Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0770.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0790.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2020.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.08 g/210L Test # (Repeat) 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance.TIGHTEN SIMULATOR

02/27/2019 15:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WINTER HAVEN PD

SoftwareTime

DateAgency

Inspector

Type

HEBSON,BRET,

03/27/2019

10:37:43 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 34917080A4

Expiration 02/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

03/27/2019 10:46Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WINTER HAVEN PD

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

12/03/2019

09:45:15 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BY-PASSED AI.COMPLIANCE NOT DETERMINED.

12/03/2019 13:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WINTER HAVEN PD

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

12/03/2019

12:33:50 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0008

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0006

Remarks:

12/03/2019 13:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

WINTER HAVEN PD

SoftwareTime

DateAgency

Inspector

Type

HEBSON,BRET,

12/16/2019

11:49:13 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 34917080A4

Expiration 02/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

12/20/2019 07:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

01/01/2019

17:50:49 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.075Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.075

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

01/07/2019 12:48Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/07/2019

07:25:27 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASS AI TO OPERATE INSTRUMENT. NOT A COMPLIANCE CHECK.

01/07/2019 12:48Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/07/2019

12:42:24 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.076

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.076

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.076

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.077

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.077

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

01/07/2019 12:48Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

01/11/2019

03:54:46 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/11/2019 04:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

02/28/2019

10:24:19 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/28/2019 10:31Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

03/30/2019

18:22:51 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.086Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.201Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.0920.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.2010.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.081

0.20 g/210L Test # (Repeat) 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance. SIM LEAK, TIGHTENED SIM LID.

03/30/2019 18:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

04/14/2019

18:48:13 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

03/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/14/2019 18:55Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

05/29/2019

14:26:00 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.208Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/31/2019 16:09Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

06/17/2019

15:04:30 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.205Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 0.000Interferent Detect Test: Interferent Detect Yes

Interferent Detect Test # (Repeat) 1 INTDiagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0490.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0780.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2020.20 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.2050.08 g/210L Dry Gas Std Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.079

Interferent Detect Test # 2 INT

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.184

0.20 g/210L Test # (Repeat) 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det:SIM NOT WARM ENOUGH. 20: Control Outside Tolerance. TIGHTENED SIM LID.

06/17/2019 16:15Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

07/18/2019

16:52:35 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.209Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.210Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.051Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2100.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.2100.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.211

0.20 g/210L Test # (Repeat) 3 0.208

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

07/22/2019 15:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

08/31/2019

18:06:09 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/03/2019 10:50Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

09/28/2019

01:30:27 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.201Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.054Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0770.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.0570.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1990.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.202

0.20 g/210L Test # (Repeat) 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance. SIM LEAK, HEAD TIGHTENED.

10/01/2019 11:19Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

10/21/2019

14:11:27 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/21/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/29/2019 12:24Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

11/30/2019

20:34:49 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.209Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 0.000Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0760.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1900.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.20 g/210L Test: OK Yes

Interferent Detect Test # 2 0.0000.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det:SIM NOT WARM ENOUGH.

12/12/2019 16:04Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

GULFPORT PD

SoftwareTime

DateAgency

Inspector

Type

MAROTTA,MICHAEL,S

12/31/2019

21:05:56 8100.27

Agency Inspection

Number of Simulators 3 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/07/2020 14:48Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

SAVARESE,DANIEL,P

01/25/2019

09:23:58 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.049Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

01/25/2019 09:52Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

SAVARESE,DANIEL,P

01/25/2019

13:56:21 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/07/2019 15:05Data Download Date/Time

04 February 2020Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

02/08/2019

14:54:27 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.196

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

02/08/2019 15:00Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

SAVARESE,DANIEL,P

02/11/2019

09:36:59 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/11/2019 10:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

PILLUCERE,GABRIELLA,R

03/27/2019

10:26:11 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/27/2019 11:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

PILLUCERE,GABRIELLA,R

04/24/2019

10:04:02 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

04/25/2019 10:46Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

SAVARESE,DANIEL,P

05/28/2019

09:46:38 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/28/2019 14:12Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

07/01/2019

08:36:11 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT. NOT A COMPLIANCE CHECK.

07/01/2019 10:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

07/01/2019

10:51:14 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

07/01/2019 10:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TREASURE ISLAND PD

SoftwareTime

DateAgency

Inspector

Type

PILLUCERE,GABRIELLA,R

07/15/2019

11:08:49 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/15/2019 11:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

01/31/2019

13:00:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 1031121

Expiration 10/21/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.206Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2080.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.207

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

BSO AI Y. WASHINGTON WAS PRESENT.

01/31/2019 13:05Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

02/21/2019

12:21:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.206Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Range Exceeded TOO MUCH MOUTH ALCOHOL.

02/21/2019 12:30Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

03/22/2019

12:38:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.207

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

BSO Y. WASHINGTON AND A. FRAIZER WERE PRESENT.

03/22/2019 12:51Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

04/18/2019

12:52:15 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.207Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2080.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.208

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Y. WASHINTON AND A. FRAZIER WERE PRESENT.

04/18/2019 12:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

05/09/2019

11:48:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.207

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/09/2019 12:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

06/13/2019

12:02:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 06/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.206Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

BSO Y WASHINGTON AND A FRAZIER WERE PRESENT

06/13/2019 13:47Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

07/29/2019

11:00:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/29/2019 11:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

08/01/2019

15:00:43 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0001

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0000

0.08 g/210L Test (Std Dev) 0.0000

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

08/01/2019 15:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

08/01/2019

20:36:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

BSO Y. WASHINGTON AND A. FRAZIER WERE PRESENT.

08/01/2019 20:47Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

09/12/2019

13:43:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Y. WASHINGTON AND A. FRAZIER WERE PRESENT.

09/12/2019 13:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

10/19/2019

11:23:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/23/2019 00:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

11/26/2019

12:01:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/26/2019 12:18Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HOLLYWOOD PD

SoftwareTime

DateAgency

Inspector

Type

DERIET,RAFAEL,

12/26/2019

11:28:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1031121

Expiration 10/12/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/26/2019 11:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

01/15/2019

09:50:53 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NEW ORINGS,TUBING ON SIM CONNECTIONS

01/15/2019 09:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

02/26/2019

22:46:10 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

WIPED DOWN INS.

02/26/2019 22:51Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

03/26/2019

21:33:29 8100.27

Agency Inspection

Number of Simulators 4 Compliance No

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.000Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.000Barometric Pressure Sensor Check: OK

Interferent Detect Test # 1 INTAlcohol Free Subject Test: 0.000 Yes

Alcohol Free Test # 2 0.000Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # 2 0.047Interferent Detect Test: Interferent Detect Yes

No 0.08 g/210L Test # 2 0.000Diagnostic Check (Post-Inspection): OK

0.08 g/210L Test # (Repeat) 2 0.000Alcohol Free Test: OK Yes

Interferent Detect Test # 2 INT0.05 g/210L Test: OK Yes

No Alcohol Free Test # 3 0.0000.08 g/210L Test: OK

No 0.05 g/210L Test # 3 0.0470.20 g/210L Test: OK

No 0.08 g/210L Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK

0.08 g/210L Test # (Repeat) 3 0.000

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: .

03/26/2019 22:01Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

03/26/2019

22:44:55 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

REPLACED BROKEN SIMULATOR JAR

03/26/2019 22:50Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

04/28/2019

21:35:55 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

WIPED DOWN INS.

05/02/2019 21:24Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

05/31/2019

00:57:12 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

WIPED DOWN INSTRUMENT

05/31/2019 01:05Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

06/24/2019

00:09:24 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

CHANGED 4 SIM JAR O RINGS

06/24/2019 00:24Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

07/01/2019

11:01:42 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

07/01/2019 11:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

07/07/2019

01:48:21 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

WIPED DOWN INS

07/07/2019 02:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

08/27/2019

22:17:04 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

WIPED DOWN INS

08/27/2019 22:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

09/29/2019

23:01:05 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

CHECKED O-RINGS

10/02/2019 21:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

10/30/2019

22:08:12 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

WIPED DOWN INS

10/31/2019 22:50Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

11/24/2019

22:37:07 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.074Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.077Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.184Alcohol Free Subject Test: 0.000 Yes

0.20 g/210L Test # (Repeat) 1 0.198Mouth Alcohol Test: Slope Not Met Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Interferent Detect Test: Interferent Detect Yes

Interferent Detect Test # 1 INTDiagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0470.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0780.08 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0780.20 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1960.08 g/210L Dry Gas Std Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.199

0.08 g/210L Dry Gas Std Test # 2 0.078

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.08 g/210L Test # (Repeat) 3 0.078

0.20 g/210L Test # 3 0.198

0.20 g/210L Test # (Repeat) 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

REPEATED .08 AND .20 DUE TO LOOSE SIM JAR LIDS.

11/24/2019 22:51Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NEW PORT RICHEY PD

SoftwareTime

DateAgency

Inspector

Type

ENGEL,JASON,S

12/26/2019

22:35:47 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A6

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

CHECKED TUBING

12/26/2019 23:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,

01/28/2019

14:34:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

01/28/2019 14:39Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,P

02/26/2019

21:55:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # (Repeat) 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: Ambient Fail ACETONE IN THE AREA.

02/26/2019 22:01Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,P

03/29/2019

18:07:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

03/29/2019 18:16Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,

04/30/2019

15:24:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

CLEANED AREA

05/06/2019 11:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,P

05/30/2019

15:44:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

06/04/2019 13:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

06/04/2019

11:05:17 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT. NOT A COMPLIANCE CHECK.

06/04/2019 13:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

06/04/2019

13:00:39 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.051

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

06/04/2019 13:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,

06/11/2019

14:51:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.047Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed. BACK IN SERVICE AFTER ANNUAL INPECTION

06/17/2019 08:35Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,P

07/16/2019

16:50:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

07/22/2019 16:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,

08/12/2019

15:53:08 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.197Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.048Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1970.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.000

0.20 g/210L Test # (Repeat) 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance  CONNECTION CAME LOOSE, FIXED. FIXED A CONNECTION WHICH CAME LOOSE FROM THE
SIMULATOR

08/13/2019 08:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,P

09/27/2019

15:51:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

10/04/2019 14:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,P

10/14/2019

15:56:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

CLEANED AREA

10/14/2019 16:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

TARPON SPRINGS PD

SoftwareTime

DateAgency

Inspector

Type

GASSEN,STEVE,P

12/16/2019

14:23:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 32518080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.042Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.047Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.077Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.192Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.043Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0460.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0770.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1960.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.043

0.05 g/210L Test # (Repeat) 3 0.046

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance LOOSE GASKET ON SIMULATOR JAR.

01/03/2020 14:02Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

01/11/2019

21:37:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/11/2019 21:42Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/18/2019

10:30:34 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.196

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.196

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.196

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.196

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.196

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.196

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.196

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

01/18/2019 10:35Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

02/02/2019

22:29:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

02/02/2019 22:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

03/20/2019

23:28:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

03/20/2019 23:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

04/18/2019

03:54:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/18/2019 04:02Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

05/11/2019

23:50:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.189Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.193Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.048Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1930.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1930.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.194

0.20 g/210L Test # (Repeat) 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance UNK.PROB.REPEAT OK.

05/11/2019 23:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

06/01/2019

23:54:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.083Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

06/02/2019 00:02Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

07/10/2019

21:20:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

07/10/2019 21:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

08/03/2019

21:19:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

08/03/2019 22:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

09/04/2019

22:28:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

09/04/2019 22:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

10/02/2019

20:11:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

10/02/2019 20:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

11/07/2019

12:24:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG827002

Expiration 09/27/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

11/07/2019 12:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

12/21/2019

19:09:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

12/21/2019 19:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

01/16/2019

13:52:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER OBSERVED INSPECTION.

01/16/2019 13:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

02/13/2019

13:56:09 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER WAS PRESENT & OBSERVED

02/13/2019 14:02Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

03/22/2019

12:47:15 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A. FRAZIER PRESENT & OBSERVED

03/22/2019 12:52Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

04/18/2019

17:35:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER OBSERVED.

04/19/2019 12:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

05/09/2019

12:51:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 181692

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER OBSERVED INSP.

05/09/2019 13:01Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

06/13/2019

15:01:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 181692

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0750.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.075

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER OBSERVED INSPECTION

06/13/2019 15:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

07/03/2019

13:06:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 181692

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER PRESENT & PARTICIPATED DURING INSPECTION

07/03/2019 13:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

08/01/2019

14:20:38 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0000

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

08/01/2019 14:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

08/03/2019

04:49:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 181692

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A. FRAZIER PRESENT  & OBSERVED INSPECTION.

08/03/2019 04:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

09/12/2019

13:48:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 181692

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER WAS PRESENT

09/12/2019 16:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

10/03/2019

12:18:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 181692

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER PRESENT & PARTICIPATED.

10/03/2019 12:28Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

11/13/2019

12:55:08 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 181692

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

A FRAZIER PRESENT AND OBSERVED

11/13/2019 13:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

BROWARD COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

WASHINGTON,YVETTE,D

12/05/2019

14:12:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 181692

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

A F / M A:TOO MUCH MOUTH ALCOHOL.A FRAZIER PRESENT

12/05/2019 14:21Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NUGENT,DAVID,A

01/22/2019

19:14:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

MOUTH ALCOHOL 2017-B ACETONE 2018-A

01/22/2019 19:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NEGERSMITH,DANIEL,M

02/20/2019

20:24:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

CHANGED TIME DATE WAS OK MOUTH ALCO SOLU LOT2017-B ACET LOT

02/20/2019 20:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NUGENT,DAVID,A

03/13/2019

15:29:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

ACETONE 2018-A; MOUTH ALC 2017-B

03/13/2019 15:35Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NEGERSMITH,DANIEL,M

04/26/2019

20:38:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

ACETONE LOT 2018A MOUTH ALCOHOL LOT2017B

05/02/2019 17:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NUGENT,DAVID,A

05/28/2019

19:31:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

ACETONE 2018-A ALCOHOL 2017-B

05/28/2019 20:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NUGENT,DAVID,A

06/07/2019

10:59:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.047Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.M/A 2017-B; ACETONE 2018-A

06/11/2019 14:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

06/14/2019

15:37:55 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

06/14/2019 15:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NEGERSMITH,DANIEL,M

07/16/2019

11:52:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

ACETONE 2018A MOUTH ALCOH 2017B

07/19/2019 14:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NEGERSMITH,DANIEL,M

08/23/2019

19:34:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

ACETONE LOT2018A MOS LOT2017B

08/23/2019 20:14Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NEGERSMITH,DANIEL,M

09/26/2019

19:27:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

ACETONE LOT2018A MAS LOT2017B

09/26/2019 19:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NUGENT,DAVID,A

10/29/2019

12:20:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed. M/A:2017-B ACETONE:2018-A

11/01/2019 21:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NUGENT,DAVID,A

11/01/2019

20:28:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

M/A LOT 2017-B ACETONE 2018-A

11/01/2019 21:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLEARWATER PD

SoftwareTime

DateAgency

Inspector

Type

NEGERSMITH,DANIEL,M

12/19/2019

21:51:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A2

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

ACETONE LT 2018-A MAS LT 2019-B

12/26/2019 19:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

01/22/2019

13:34:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No Alcohol Free Test # (Repeat) 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # 1 0.050Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.080Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.203Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.083Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Interferent Detect Test # (Repeat) 1 INTDiagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # (Repeat) 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0510.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0800.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1980.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0830.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.083

Interferent Detect Test # (Repeat) 3 INT

Remarks:

00: RFI Detect . Int Det: RFI Detect.

01/22/2019 13:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

POTTER,MICHAEL,R

02/01/2019

13:58:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0830.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

REMOVED FROM SERV. 2.1.2019

02/01/2019 14:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

06/26/2019

11:56:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 05218080A3

Expiration 05/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

OUT TO CMI FOR ANNUAL PM AND FDLE DEPT. INSPECTION

06/26/2019 12:16Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

MURPHY,PATRICK,J

07/25/2019

11:29:53 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.051

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.202

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.051

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.202

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.202

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.202

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.202

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.051

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

07/25/2019 11:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

08/29/2019

11:35:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

PLACED INTO EVIDENITRY USE AT PTDF ON 8-29-2019

08/30/2019 09:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

09/20/2019

11:03:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/20/2019 11:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

10/17/2019

09:48:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

10/21/2019 11:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

11/29/2019

12:06:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

11/29/2019 12:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

JACKSONVILLE SO

SoftwareTime

DateAgency

Inspector

Type

LIGHTSEY,ROBERT,D

12/20/2019

10:15:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

12/20/2019 10:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001070CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/03/2019

08:14:47 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASS AI TO OPERATE INSTRUMENT. NOT A COMPLIANCE CHECK.

01/03/2019 11:50Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001070CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/03/2019

11:32:26 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.051

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001070CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0008

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

01/03/2019 11:50Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/03/2019

09:17:29 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASS AI TO OPERATE INSTRUMENT. NOT A COMPLIANCE CHECK.

01/03/2019 12:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/03/2019

11:57:25 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

01/03/2019 12:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HARWOOD,CHARLES,M

01/11/2019

15:11:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No Interferent Detect Test # 1 0.000Date and/or Time Adjusted

Interferent Detect Test # (Repeat) 1 0.000Minimum Sample Volume Check: OK

Alcohol Free Test # 2 0.000Barometric Pressure Sensor Check: OK

Interferent Detect Test # 2 0.000Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # (Repeat) 2 0.000Mouth Alcohol Test: Slope Not Met Yes

No Alcohol Free Test # 3 0.000Interferent Detect Test: Interferent Detect

No Interferent Detect Test # 3 0.000Diagnostic Check (Post-Inspection): OK

Interferent Detect Test # (Repeat) 3 0.000Alcohol Free Test: OK Yes

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Int Det:INTOX AIR LEAKNon-compliance: .

01/11/2019 16:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

KIRKLAND,BRETT,H

03/15/2019

08:42:08 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

AI BYPASSED TO OPERATE INSTRUMENT NOT A CONFORMANCE CHECK

03/29/2019 11:41Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

KIRKLAND,BRETT,H

05/28/2019

16:00:26 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0006

0.08 g/210L Test (Std Dev) 0.0006

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

05/28/2019 16:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

06/25/2019

08:24:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

RETURN TO SERVICE

06/25/2019 08:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

07/25/2019

11:14:14 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

07/25/2019 11:25Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HARWOOD,CHARLES,M

08/26/2019

01:28:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

08/29/2019 19:40Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

09/26/2019

14:34:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

09/26/2019 14:48Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HARWOOD,CHARLES,M

10/24/2019

19:39:55 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

10/28/2019 22:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

11/16/2019

08:34:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

11/16/2019 08:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CLAY COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PATRONE,RICHARD,L

12/15/2019

13:08:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17618080A1

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

MONTHLY INSPECTION

12/15/2019 13:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

01/22/2019

16:45:35 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03417080A3

Expiration 03/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/22/2019 16:51Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

02/13/2019

17:37:32 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03417080A3

Expiration 03/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/13/2019 17:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

03/14/2019

17:03:25 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/14/2019 17:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

04/22/2019

16:24:15 8100.27

Agency Inspection

Number of Simulators 4 Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No Interferent Detect Test # 1 INTDate and/or Time Adjusted

Alcohol Free Test # 2 0.000Minimum Sample Volume Check: OK

Interferent Detect Test # 2 INTBarometric Pressure Sensor Check: OK

Alcohol Free Test # 3 0.000Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 3 INTMouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test: Interferent Detect Yes

NoDiagnostic Check (Post-Inspection): OK

Alcohol Free Test: OK Yes

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Non-compliance: .

06/04/2019 10:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

04/22/2019

17:31:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

PUSHED ESCAPE BY ACCIDENT

06/04/2019 10:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

05/22/2019

17:03:53 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/04/2019 10:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

06/04/2019

08:26:21 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT. NOT A COMPLIANCE CHECK.

06/04/2019 10:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

06/04/2019

10:53:28 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

A F / M A:I DID NOT OBTAIN SNM. REPEATED AFMA.

06/04/2019 10:58Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

06/06/2019

12:44:24 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/20/2019 08:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

07/20/2019

08:00:25 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/20/2019 08:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

08/17/2019

20:37:16 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/26/2019 14:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

09/10/2019

16:22:48 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/24/2019 17:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

10/15/2019

16:32:39 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/17/2019 14:55Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

11/14/2019

17:22:53 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/14/2019 17:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

12/18/2019

16:27:40 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/18/2019 16:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

01/09/2019

20:05:22 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0760.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Remarks:

01/09/2019 20:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

01/22/2019

05:28:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

01/22/2019 05:33Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

01/22/2019

13:23:43 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0007

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0006

Remarks:

01/22/2019 13:32Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

01/22/2019

20:22:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

01/22/2019 20:28Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

02/19/2019

16:16:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.072Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.197Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.076Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0750.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0780.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1980.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0760.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.076

0.08 g/210L Test # (Repeat) 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance CHANGED SIMULATOR.

02/19/2019 16:31Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

03/29/2019

22:10:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0760.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Remarks:

03/29/2019 22:35Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

04/24/2019

11:36:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

04/27/2019 12:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

05/16/2019

18:28:08 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A2

Expiration 08/05/2019

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0760.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Remarks:

05/17/2019 12:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

06/18/2019

14:52:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

06/18/2019 15:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

07/12/2019

19:15:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/15/2019 19:41Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

08/20/2019

16:27:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 02618080A3

Expiration 03/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.043Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.047Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.077Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.195Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.046Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0470.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0780.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.046

0.05 g/210L Test # (Repeat) 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance.

08/20/2019 16:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

09/26/2019

19:18:04 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.049Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

09/30/2019 11:28Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

10/22/2019

14:38:12 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.186Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.196Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1950.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1970.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.20 g/210L Test # (Repeat) 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance TIGHTEN SIM THEN REPEAT.

10/22/2019 16:12Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

11/20/2019

15:20:08 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.049Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.157Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.193Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1730.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1940.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.179

0.20 g/210L Test # (Repeat) 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed. 20: Control Outside ToleranceCHANGED SIM

11/20/2019 15:29Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

12/27/2019

19:32:20 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.187Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.198Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.048Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1960.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1980.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.20 g/210L Test # (Repeat) 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

12/31/2019 15:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

01/02/2019

08:54:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 620051

Expiration 11/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 550 PSI

01/02/2019 09:14Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

02/27/2019

08:20:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 850 PSI

02/27/2019 09:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

03/04/2019

12:49:38 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805702

Expiration 02/26/2020

Average Standard Deviation 0.0009

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.083Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.201

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0007

0.20 g/210L Test (Std Dev) 0.0015

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0012

Remarks:

03/04/2019 13:01Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

03/29/2019

09:10:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.085Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0850.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.085

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 750 PSI

03/29/2019 12:22Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

04/30/2019

20:23:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.085Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0850.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.085

Interferent Detect Test # 3 INT

Remarks:

WIT TPR ADDISON

05/01/2019 01:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

05/01/2019

01:03:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.085Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0850.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.085

Interferent Detect Test # 3 INT

Remarks:

WIT TPR ADDISON

05/01/2019 01:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

06/28/2019

08:15:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.085Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0850.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.085

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 800 PSI

06/28/2019 08:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

07/31/2019

19:45:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.085Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0840.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.085

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA

07/31/2019 21:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

08/30/2019

10:42:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.086Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.086Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

No Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0850.20 g/210L Test: OK Yes

No 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0860.08 g/210L Dry Gas Std Test: OK

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.085

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.086

Interferent Detect Test # 3 INT

Remarks:

ACCIDENTAL SWALLOW. ROOM TOO COLD.

09/23/2019 16:14Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

08/30/2019

11:39:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201808E

08/22/2020

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.087Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.086Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

No Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0810.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2030.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0860.20 g/210L Test: OK Yes

No 0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0850.08 g/210L Dry Gas Std Test: OK

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.086

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.086

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance, Control Outside Tolerance. DRY GAS TOL.

09/23/2019 16:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

09/23/2019

16:01:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.084Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.084Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1990.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0850.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0850.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 INT

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.085

Interferent Detect Test # 3 INT

Remarks:

HOSE LOOSE.

09/23/2019 16:15Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

10/21/2019

10:57:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.084Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0840.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.084

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 500 PSI

10/24/2019 23:35Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

11/30/2019

01:54:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.084Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 0.000Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1990.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0840.20 g/210L Test: OK Yes

Interferent Detect Test # 2 0.0000.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.084

Interferent Detect Test # 3 INT

Interferent Detect Test # (Repeat) 3 INT

Remarks:

HOSE DISCONNECTED.

11/30/2019 02:07Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

12/30/2019

12:25:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 712031

Expiration 02/21/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.084Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0830.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.083

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 500 PSI

12/30/2019 12:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

01/29/2019

16:53:02 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03417080A1

Expiration 03/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/29/2019 17:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

02/26/2019

12:13:25 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 03417080A1

Expiration 03/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/26/2019 12:20Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

04/01/2019

15:38:16 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/01/2019 15:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

04/29/2019

15:53:50 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # (Repeat) 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail.

04/29/2019 16:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

05/31/2019

12:38:57 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.176Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.200Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2010.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.2010.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.20 g/210L Test # (Repeat) 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Improper Sample. 20: Control Outside Tolerance.

06/03/2019 15:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

06/20/2019

15:33:02 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/20/2019 15:45Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

07/30/2019

17:51:43 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/01/2019 09:03Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

08/28/2019

16:44:42 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.041Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.048Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.200Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0480.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0790.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2010.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.05 g/210L Test # (Repeat) 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance.TUBE LOOSE CORRECTED AND RPT

09/04/2019 13:23Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

MURPHY,PATRICK,J

09/05/2019

12:47:16 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.203

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.203

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.203

0.08 g/210L Dry Gas Std Test # 6 0.081

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.203

0.08 g/210L Dry Gas Std Test # 7 0.081

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.203

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.202

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.202

0.08 g/210L Dry Gas Std Test # 10 0.081

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0000

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

09/05/2019 12:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

09/20/2019

15:15:25 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/02/2019 07:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

10/30/2019

22:45:48 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/07/2019 19:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

GARDNER,NATHAN,R

11/18/2019

11:57:21 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/18/2019 12:11Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ZEPHYRHILLS PD

SoftwareTime

DateAgency

Inspector

Type

STARNES,AILISA,J

12/06/2019

10:02:20 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

WIPED DOWN MACHINE EVERYTHING LOOKS GOOD

12/06/2019 15:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

01/11/2019

15:08:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 980558

Expiration 07/09/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.000Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.194Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.0000.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1960.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.000

0.20 g/210L Test # (Repeat) 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

01/11/2019 15:18Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

02/27/2019

16:41:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 915310

Expiration 03/07/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

02/27/2019 17:06Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

03/31/2019

12:46:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 915310

Expiration 03/07/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

03/31/2019 12:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

04/30/2019

09:31:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 915310

Expiration 03/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

04/30/2019 09:46Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

05/25/2019

09:40:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 915310

Expiration 03/07/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

05/25/2019 10:09Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

06/25/2019

15:11:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/25/2019 15:22Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

07/02/2019

13:51:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/02/2019 14:08Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

07/12/2019

14:28:13 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.051

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

07/12/2019 14:36Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARYL,W

08/30/2019

17:53:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/03/2019 10:00Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

ARTWRIGHT  JR,GARY,W

09/30/2019

14:54:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/02/2019 13:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

10/25/2019

19:45:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/25/2019 19:53Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

11/30/2019

15:19:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # (Repeat) 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail.THE SIMULATOR CAME UNPLUGED

11/30/2019 15:44Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HARDEE COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

CARTWRIGHT JR,GARY,W

12/31/2019

17:48:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1076482

Expiration 01/15/2922

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No Alcohol Free Test # (Repeat) 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # 1 0.048Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.197Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

No Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK

Alcohol Free Test # (Repeat) 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0480.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0790.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1980.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail.

01/01/2020 09:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

01/15/2019

09:41:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

01/15/2019 09:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

02/06/2019

15:39:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

02/06/2019 15:47Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

03/07/2019

09:27:22 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

03/07/2019 09:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

04/10/2019

08:24:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

04/10/2019 08:39Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

04/15/2019

11:00:13 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.081

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.081

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

04/15/2019 11:06Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

05/03/2019

08:51:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

05/09/2019 09:14Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

06/10/2019

10:51:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

06/10/2019 12:33Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

07/11/2019

09:18:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.050Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

07/11/2019 09:50Data Download Date/Time

04 February 2020Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

07/24/2019

10:10:12 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.082

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.082

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.082

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.081

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0000

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

07/24/2019 10:17Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

08/05/2019

10:16:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

08/05/2019 10:37Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

09/16/2019

09:04:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

09/16/2019 09:37Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

10/21/2019

09:37:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

10/21/2019 10:01Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

11/14/2019

16:28:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

11/14/2019 16:45Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

12/23/2019

09:39:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2018

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

12/23/2019 09:54Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

COOK,ROBERT,C

01/23/2019

12:18:22 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 03/07/2019

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201702B

02/23/2019

0.08 Gas Lot # 17817080A3

Expiration 08/05/2019

Test Result

0.05 Lot # 201703A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/23/2019 12:24Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

THORNSBROUGH,DREW,A

02/06/2019

13:52:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201709A

Expiration 09/12/2019

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17817080A3

Expiration 08/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/06/2019 13:59Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

THORNSBROUGH,DREW,A

03/12/2019

08:48:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/12/2019 08:57Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

THORNSBROUGH,DREW,A

04/15/2019

14:15:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Y

04/15/2019 14:21Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

THORNSBROUGH,DREW,A

05/21/2019

06:16:08 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/21/2019 14:22Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

05/21/2019

14:12:04 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201707D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

05/21/2019 14:22Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

COOK,ROBERT,C

05/21/2019

20:31:38 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/22/2019 13:28Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

COOK,ROBERT,C

06/17/2019

16:23:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/18/2019 15:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

COOK,ROBERT,C

07/01/2019

12:58:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

07/01/2019 13:17Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

COOK,ROBERT,C

08/19/2019

16:34:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

08/19/2019 16:47Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

THORNSBROUGH,DREW,A

09/18/2019

09:39:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/18/2019 09:50Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

COOK,ROBERT,C

10/17/2019

13:23:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/17/2019 13:42Data Download Date/Time

04 February 2020Printed:
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Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

THORNSBROUGH,DREW,A

11/21/2019

13:10:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

11/25/2019 07:34Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LARGO PD

SoftwareTime

DateAgency

Inspector

Type

THORNSBROUGH,DREW,A

12/18/2019

10:59:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17618080A3

Expiration 08/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/18/2019 11:10Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

01/28/2019

07:36:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

01/28/2019 08:49Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

02/27/2019

10:48:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 22817080A4

Expiration 10/05/2019

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/27/2019 11:21Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # (Repeat) 6 0.000

Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GRAHAM,THOMAS,J

03/08/2019

12:59:47 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 07/25/2019

0.08 Lot # 201707E

Expiration 07/25/2019

0.20 Lot #

Expiration

201707C

07/24/2019

0.08 Gas Lot # AG805701

Expiration 02/26/2020

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201707D

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # (Repeat) 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # (Repeat) 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # (Repeat) 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # (Repeat) 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # (Repeat) 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # (Repeat) 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # (Repeat) 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # (Repeat) 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0008

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

00: Ambient Fail MOUTH ALCOHOL VAPORS PRESENT IN ROOM..

03/08/2019 13:02Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

03/23/2019

10:09:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

03/23/2019 10:55Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

04/28/2019

09:46:08 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

04/30/2019 16:56Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

05/27/2019

10:40:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

05/28/2019 08:13Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

06/26/2019

07:49:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

06/26/2019 08:37Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAWKINS,KIMBERLY,J

07/24/2019

07:07:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

07/25/2019 06:38Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

08/25/2019

10:49:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

08/27/2019 13:04Data Download Date/Time

04 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

09/25/2019

05:23:55 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.045

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:
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Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

10/23/2019

05:29:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

TO MUCH MOUTH ALCOHOL.
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Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

11/25/2019

09:39:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:
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Florida Department of Law Enforcement

80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

POLK COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAMMONDS,TEAQULIA,L

12/24/2019

11:35:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 10818080A6

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1Diagnostic Check (Pre-Inspection): OK Yes

No Alcohol Free Test # (Repeat) 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # 1 0.046Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.196Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.076Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # (Repeat) 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.046Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1960.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0760.20 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Remarks:

00: RFI Detect.
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